
Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

01/31/2020

12:01:59 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG816701

Expiration 06/16/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/31/2020 23:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

02/03/2020

13:59:17 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG816701

Expiration 06/16/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/03/2020 14:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

06/10/2020

11:58:26 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.196

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.196

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

06/10/2020 12:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

06/29/2020

08:58:37 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

06/29/2020 09:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

07/30/2020

12:53:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

07/30/2020 12:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

08/04/2020

11:40:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/04/2020 11:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

09/30/2020

12:41:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

Mouth Alcohol Test: Slope Not Met Yes

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

USED MOUTH ALCOHOL DURING WRONG STEP

10/01/2020 11:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

09/30/2020

13:22:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/01/2020 11:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

10/01/2020

10:19:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 Yes

Mouth Alcohol Test: Slope Not Met Yes

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

00: Ambient Fail.

10/01/2020 11:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

10/01/2020

10:56:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/01/2020 11:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

11/30/2020

08:23:55 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Remarks:

11/30/2020 20:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

12/01/2020

08:06:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

12/01/2020 19:41Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

01/31/2020

11:50:23 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG816701

Expiration 06/16/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

01/31/2020 14:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

02/03/2020

13:48:35 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG816701

Expiration 06/16/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

02/03/2020 13:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/25/2020

12:52:48 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0002

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.196

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

02/25/2020 14:06Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

03/31/2020

08:44:43 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG816701

Expiration 06/16/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

04/01/2020 17:25Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

04/02/2020

08:45:42 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG816701

Expiration 06/16/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

04/02/2020 21:24Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

05/31/2020

11:40:25 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG816701

Expiration 06/16/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

06/01/2020 10:02Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

06/01/2020

09:45:04 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

06/01/2020 10:02Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

07/30/2020

13:04:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

07/30/2020 13:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

08/04/2020

11:35:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

08/04/2020 11:38Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

09/30/2020

13:18:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

10/02/2020 07:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

10/01/2020

11:03:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

10/02/2020 07:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

11/30/2020

08:32:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

11/30/2020 20:15Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003196CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

RICE,MICHAEL,

12/01/2020

08:16:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG009801

Expiration 04/07/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

12/01/2020 19:43Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

01/12/2020

12:53:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

01/13/2020 14:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

02/20/2020

13:19:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

02/21/2020 18:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

03/27/2020

12:49:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 962587

Expiration 06/04/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NA

03/28/2020 18:51Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

04/28/2020

14:11:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 962587

Expiration 06/04/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NA

04/28/2020 17:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

05/28/2020

19:22:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/31/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

05/28/2020 20:26Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

06/22/2020

22:01:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/31/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

06/22/2020 23:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

07/27/2020

14:52:55 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/31/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

07/27/2020 15:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

08/28/2020

20:22:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

08/28/2020 21:28Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

09/22/2020

20:25:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

09/25/2020 10:26Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

10/28/2020

13:45:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

11/04/2020 10:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

11/04/2020

10:54:46 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.201

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.051

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.202

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.202

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.051

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

11/04/2020 11:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

11/13/2020

18:05:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

11/13/2020 19:09Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FWC

SoftwareTime

DateAgency

Inspector

Type

BASFORD,NICOLE,M

12/19/2020

13:50:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NA

12/22/2020 14:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

01/24/2020

08:30:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI P. SOCARRAS #501 PRESENT

01/24/2020 08:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

02/26/2020

14:31:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL# 5383 PRESENT

02/26/2020 15:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

03/18/2020

12:06:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI P. SOCARRAS ID#501 PRESENT

03/18/2020 12:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

04/29/2020

11:42:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI P.SOCARRAS #501 PRESENT

04/29/2020 15:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

05/28/2020

11:17:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI K. MILLAN #141 PRESENT

05/28/2020 16:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

06/25/2020

14:32:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL #5383 MDPD PRESENT

06/25/2020 14:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

07/29/2020

15:24:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN 141 PRESENT

07/29/2020 15:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

08/11/2020

09:34:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1920.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.192

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN #141 PRESENT

08/11/2020 15:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

08/12/2020

12:59:45 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0000

0.20 g/210L Test (Std Dev) 0.0007

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

08/12/2020 13:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

09/02/2020

10:31:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI R. MYRTIL #5383 MDPD PRESENT

09/02/2020 14:37Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

10/29/2020

12:03:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

10/30/2020 08:36Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

11/24/2020

10:59:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/25/2020 12:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003224CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

12/21/2020

10:15:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/21/2020 12:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

01/15/2020

12:44:55 8100.27

Agency Inspection

Number of Simulators 4 Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

A F / M A: RFI Detect. Non-compliance: .

01/15/2020 17:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

01/15/2020

12:52:25 8100.27

Agency Inspection

Number of Simulators 4 Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

A F / M A: RFI Detect. Non-compliance: .

01/15/2020 17:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



0.05 g/210L Test # 5 0.049

Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/26/2020

13:13:36 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.010Diagnostic Check (Pre-Inspection): OK Yes

No Alcohol Free Test # (Repeat) 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # 1 0.050Minimum Sample Volume Check: OK Yes

0.08 g/210L Test # 1 0.080Barometric Pressure Sensor Check: OK Yes

0.20 g/210L Test # 1 0.200Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # (Repeat) 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0500.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0800.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

Alcohol Free Test # (Repeat) 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

Alcohol Free Test # (Repeat) 5 0.000

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



0.05 g/210L Test (Std Dev) 0.0004

Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

Alcohol Free Test # 6 0.000

Alcohol Free Test # (Repeat) 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

Alcohol Free Test # (Repeat) 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

Alcohol Free Test # (Repeat) 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

Alcohol Free Test # (Repeat) 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

Alcohol Free Test # (Repeat) 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

A F / M A:DID NOT PROVIDE SUFFICIENT SAMPLE. 00: Control Outside Tolerance.

02/26/2020 13:21Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

03/22/2020

14:53:31 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

03/22/2020 14:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

04/09/2020

10:50:01 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.197Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1980.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.20 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # (Repeat) 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

A F / M A: RFI Detect. 20: RFI Detect.

04/09/2020 10:53Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

05/16/2020

10:21:21 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14219080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/16/2020 10:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

06/28/2020

15:43:38 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/28/2020 15:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

07/17/2020

11:53:54 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.198Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0780.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1990.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.08 g/210L Test # (Repeat) 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08: RFI Detect.

07/17/2020 12:00Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

08/12/2020

14:38:36 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/12/2020 15:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

09/10/2020

13:01:01 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/10/2020 14:03Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

10/22/2020

14:42:39 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/22/2020 14:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

11/09/2020

12:27:03 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

11/09/2020 12:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PASCO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

NIXON,BARRY,

12/18/2020

18:54:58 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A3

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

12/18/2020 19:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

01/27/2020

15:03:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 850 PSI

01/27/2020 15:11Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

02/29/2020

23:15:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 1000 PSI

02/29/2020 23:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

07/31/2020

23:38:38 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/01/2020 04:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

08/01/2020

02:15:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

MAS 2020A 3/3/22 ACS 2019A 3/1/21

08/01/2020 04:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

09/30/2020

09:33:40 8100.27

Agency Inspection

Number of Simulators Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Non-compliance: .

10/01/2020 01:43Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

09/30/2020

11:25:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.081Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.199Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0800.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3

0.08 g/210L Test # (Repeat) 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08: RFI Detect.

10/01/2020 01:43Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TRP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

10/07/2020

09:36:47 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.047

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.047

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0006

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

10/07/2020 09:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TRP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

10/31/2020

14:08:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

AL 2019-A, ACO 2019-B

10/31/2020 14:36Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TRP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

11/29/2020

21:41:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/22/2020 05:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TRP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

12/04/2020

03:39:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/22/2020 05:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

01/06/2020

16:10:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28818080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Interferent Detect. AI J DAIL #254236 PRESENT.

01/06/2020 16:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

06/10/2020

11:29:10 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.201

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

06/10/2020 11:32Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

07/08/2020

17:05:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28818080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

07/08/2020 17:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

08/05/2020

18:09:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

08/05/2020 18:14Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

09/02/2020

17:07:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

09/02/2020 17:12Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

10/19/2020

13:00:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI T. BELL #4152 PRESENT FOR INSPECTION.

10/20/2020 10:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

11/16/2020

19:06:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

11/18/2020 12:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

12/09/2020

16:34:22 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

12/09/2020 16:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

01/06/2020

18:15:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28818080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

01/06/2020 18:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

02/05/2020

18:37:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28818080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

02/05/2020 18:51Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

03/09/2020

16:08:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

03/09/2020 16:24Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

04/01/2020

19:04:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

04/03/2020 13:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

05/04/2020

18:14:08 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT ENTIRE INSPECTION.

05/08/2020 08:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

06/04/2020

12:33:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI T. BELL #4152 PRESENT ENTIRE INSPECTION.

06/04/2020 12:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

07/08/2020

18:43:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A1

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

07/08/2020 18:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

07/21/2020

13:52:05 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

07/21/2020 13:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

08/05/2020

16:27:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

08/05/2020 16:32Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

09/02/2020

18:46:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

09/02/2020 18:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

10/19/2020

13:23:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 18220080A2

Expiration 08/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI T. BELL #4152 PRESENT FOR INSPECTION.

10/20/2020 10:04Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

11/16/2020

17:18:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 18220080A2

Expiration 08/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT ENTIRE INSPECTION.

11/18/2020 12:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

12/09/2020

18:39:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 18220080A2

Expiration 08/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

12/09/2020 18:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003404CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP L

SoftwareTime

DateAgency

Inspector

Type

TODD,ZION,D

10/12/2020

18:38:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 875088

Expiration 12/12/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.045Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.181Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.192Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.083Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0770.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1880.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1930.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.191

0.20 g/210L Test # (Repeat) 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed. READING OUT OF RNGE

10/14/2020 11:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003404CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP L

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

10/14/2020

11:39:50 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003404CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0006

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

10/14/2020 11:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP K

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

09/22/2020

08:57:49 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

09/22/2020 12:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP K

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

09/22/2020

12:27:21 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.047

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0008

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0007

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

09/22/2020 12:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP K

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

09/22/2020

12:29:25 8100.27

Number of Simulators

Department Inspection

Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Average Standard Deviation

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

NoMinimum Sample Volume Check: OK

NoBarometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

STARTED INSPECTION ON ACCIDENT WHILE BACKING OUT OF MENU

09/22/2020 12:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP K

SoftwareTime

DateAgency

Inspector

Type

BARGE,SUSAN,M

10/15/2020

11:32:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1327124

Expiration 05/14/2023

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

10/15/2020 11:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP K

SoftwareTime

DateAgency

Inspector

Type

RUBEL,NEIL,F

11/04/2020

16:17:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1327124

Expiration 05/14/2023

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

N/A

11/09/2020 14:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP K

SoftwareTime

DateAgency

Inspector

Type

RUBEL,NEIL,F

12/04/2020

00:48:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1327124

Expiration 05/14/2023

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

N/A

12/10/2020 17:35Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

01/13/2020

12:03:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

A F / M A: TOO MUCH MOUTH ALCO

01/13/2020 12:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

02/11/2020

09:59:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

NONE

02/11/2020 10:14Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

03/18/2020

13:20:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NONE

03/18/2020 13:23Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

04/07/2020

10:31:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NONE

04/07/2020 10:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

05/07/2020

11:21:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NONE

05/29/2020 08:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

05/12/2020

07:43:50 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

05/29/2020 08:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

12/15/2020

11:59:43 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

12/15/2020 13:54Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

12/15/2020

13:48:55 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 202010B

Expiration 10/05/2022

0.20 Lot #

Expiration

202010D

10/06/2022

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.077

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.201

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0007

0.08 g/210L Test (Std Dev) 0.0006

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

12/15/2020 13:54Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003407CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

CABRAL,JONATHAN,M

02/28/2020

15:44:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.187Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.193Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1910.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1940.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.192

0.20 g/210L Test # (Repeat) 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

02/28/2020 16:03Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003407CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

CABRAL,JONATHAN,M

03/31/2020

11:50:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

04/01/2020 21:04Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003407CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

CABRAL,JONATHAN,M

04/29/2020

09:03:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

04/29/2020 09:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003407CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

CABRAL,JONATHAN,M

05/29/2020

04:41:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.076Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0760.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

05/29/2020 04:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003407CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

CABRAL,JONATHAN,M

06/30/2020

20:30:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0760.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.076

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Range Exceeded.PUT TOO MUCH SOLUTION IN MY MOUTH

06/30/2020 20:43Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003407CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

CABRAL,JONATHAN,M

11/18/2020

08:35:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

11/18/2020 08:46Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003407CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

KIRKLAND,BRETT,H

12/29/2020

14:36:14 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 202010B

Expiration 10/05/2022

0.20 Lot #

Expiration

202010D

10/06/2022

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.082

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.082

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.077

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003407CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.082

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.077

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.082

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.082

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

12/29/2020 14:38Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ROCA,LUIS,C

01/27/2020

14:18:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 796576

Expiration 06/14/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

TPR ROCA 850 PSI

01/27/2020 14:26Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

07/13/2020

11:44:52 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

07/13/2020 11:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

07/31/2020

23:22:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/01/2020 04:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

08/01/2020

01:58:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

MAS 2020A 3/3/22 ACS 2019A 3/1/21

08/01/2020 04:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

09/30/2020

23:00:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

10/01/2020 03:04Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

10/31/2020

12:05:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AL 2019-A, AC 2019-B

10/31/2020 12:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

11/29/2020

21:13:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/04/2020 05:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FHP TROOP E MIAMI

SoftwareTime

DateAgency

Inspector

Type

ADDISON,RAYMOND,E

12/04/2020

03:25:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1114319

Expiration 03/27/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/04/2020 05:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

LEDFORD,TAYLOR,M

01/29/2020

17:35:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 840875

Expiration 09/19/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/28/2020 12:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

LEDFORD,TAYLOR,M

02/26/2020

21:24:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 840875

Expiration 09/19/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/28/2020 12:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

LEDFORD,TAYLOR,M

03/26/2020

18:58:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 840875

Expiration 09/19/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

03/27/2020 09:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

05/28/2020

10:05:59 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BY-PASSED AI.COMPLIANCE NOT DETERMINED.

05/28/2020 15:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

05/28/2020

14:46:08 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/20/2022

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

A F / M A: Range Exceeded TOO MUCH MA.

05/28/2020 15:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

FLOW,JOSHUA,M

08/13/2020

10:17:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

A F / M A:READ RESULT.

08/14/2020 15:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

FLOW,JOSHUA,M

08/13/2020

11:32:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

Interferent Detect Test # 1 INTMinimum Sample Volume Check: OK

Alcohol Free Test # 2 0.000Barometric Pressure Sensor Check: OK

0.05 g/210L Test # 2 0.049Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 2 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 3 0.000Interferent Detect Test: Interferent Detect Yes

No 0.05 g/210L Test # 3 0.050Diagnostic Check (Post-Inspection): OK

Interferent Detect Test # 3 INTAlcohol Free Test: OK Yes

0.05 g/210L Test: OK Yes

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Non-compliance: .

08/14/2020 15:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

FLOW,JOSHUA,M

08/13/2020

12:35:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 840875

Expiration 09/19/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/14/2020 15:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

FLOW,JOSHUA,M

09/18/2020

11:17:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 11115790

Expiration 03/19/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/18/2020 11:24Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003409CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

FLOW,JOSHUA,M

12/02/2020

13:30:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1111579

Expiration 03/19/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/03/2020 10:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

01/29/2020

13:34:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

01/29/2020 13:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

02/25/2020

08:27:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

02/25/2020 08:36Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

04/20/2020

09:44:24 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.202

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.202

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.202

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.202

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

04/20/2020 09:45Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

05/22/2020

21:48:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NA

05/22/2020 21:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

06/19/2020

11:29:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

No 0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Range Exceeded.- TOO MUCH MOUTH SOLUTION

06/19/2020 11:32Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

06/19/2020

12:06:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # (Repeat) 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail.- MOUTH ALCOHOL/CLEARED ROOM

06/19/2020 12:09Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

07/17/2020

11:24:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NA

07/17/2020 11:29Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

08/18/2020

19:42:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NA

08/19/2020 16:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

09/18/2020

01:08:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NA

09/21/2020 10:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

10/23/2020

09:52:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NA

10/26/2020 08:28Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

11/24/2020

09:51:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NA

12/28/2020 17:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

MCKENZIE,WILLIAM,S

12/28/2020

17:46:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NA

12/28/2020 17:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

01/18/2020

13:12:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

01/18/2020 14:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

02/28/2020

17:30:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/21/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

02/28/2020 17:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

03/27/2020

16:47:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

04/29/2020 19:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

04/29/2020

17:49:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No Alcohol Free Test # (Repeat) 1 0.000Date and/or Time Adjusted

Alcohol Free Test # 2 0.000Minimum Sample Volume Check: OK

Alcohol Free Test # (Repeat) 2 0.000Barometric Pressure Sensor Check: OK

Alcohol Free Test # 3Alcohol Free Subject Test: 0.000 Yes

Mouth Alcohol Test: Slope Not Met Yes

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

00: RFI Detect, RFI Detect. Non-compliance: .

04/29/2020 19:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

04/29/2020

19:00:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # (Repeat) 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # (Repeat) 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

00: Ambient Fail.

04/29/2020 19:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

05/24/2020

16:38:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.081

Interferent Detect Test # 3 INT

Remarks:

08: RFI Detect.

05/24/2020 17:10Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

06/30/2020

05:01:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.048Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0770.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1960.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.20 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: RFI Detect.

06/30/2020 05:24Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

07/28/2020

15:40:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

07/28/2020 16:32Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

08/28/2020

17:04:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1960.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: RFI Detect.

08/28/2020 17:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

09/29/2020

15:17:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Alcohol Free Test # 1 INTDiagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

Alcohol Free Subject Test: 0.000 Yes

Mouth Alcohol Test: Slope Not Met Yes

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

00: Interferent Detect, RFI Detect. Non-compliance: .

10/02/2020 13:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

09/29/2020

15:56:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

A F / M A: .

10/02/2020 13:02Data Download Date/Time

08 March 2021Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

10/09/2020

12:36:46 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

10/09/2020 12:42Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

10/28/2020

14:14:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.046Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0760.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1960.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.20 g/210L Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: RFI Detect.

10/29/2020 13:25Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

11/24/2020

14:36:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

11/25/2020 11:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003411CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

12/22/2020

12:15:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1101850

Expiration 03/02/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

A F / M A: RFI Detect.

12/22/2020 12:37Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003412CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

LAMONT,GREGORY,S

01/10/2020

13:55:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

MA.

01/12/2020 16:41Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003412CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

CABRAL,JONATHAN,M

03/31/2020

13:24:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A:USED MOUTH PIECE.CORRECTED BY USING A NEW ONE

04/04/2020 09:33Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003412CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

LAMONT,GREGORY,S

12/03/2020

10:47:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No Interferent Detect Test # 1 0.000Date and/or Time Adjusted

Alcohol Free Test # 2 0.000Minimum Sample Volume Check: OK

Interferent Detect Test # 2 INTBarometric Pressure Sensor Check: OK

Alcohol Free Test # 3 0.000Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 3 INTMouth Alcohol Test: Slope Not Met Yes

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

Alcohol Free Test: OK Yes

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Int Det: .

12/04/2020 12:20Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003412CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

LAMONT,GREGORY,S

12/03/2020

11:48:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A2

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.165Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.195Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0810.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1650.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1960.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.167

0.20 g/210L Test # (Repeat) 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

12/04/2020 12:20Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003412CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

12/08/2020

14:42:46 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 202010B

Expiration 10/05/2022

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.051

0.08 g/210L Test # 4 0.082

0.20 g/210L Test # 4 0.202

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.051

0.08 g/210L Test # 5 0.082

0.20 g/210L Test # 5 0.202

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003412CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.203

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.051

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.202

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.202

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.082

0.20 g/210L Test # 9 0.202

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.052

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.202

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

12/08/2020 14:46Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

01/12/2020

16:27:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/12/2020 17:35Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

02/22/2020

12:27:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.185Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.194Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1910.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1960.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.194

0.20 g/210L Test # (Repeat) 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

02/26/2020 11:05Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

03/21/2020

12:20:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1920.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

A F / M A: No Sample Provided.

03/21/2020 13:23Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

04/21/2020

21:38:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.000Date and/or Time Adjusted

Interferent Detect Test # 1 INTMinimum Sample Volume Check: OK

Alcohol Free Test # 2 0.000Barometric Pressure Sensor Check: OK

0.05 g/210L Test # 2 0.000Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 2 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 3 0.000Interferent Detect Test: Interferent Detect Yes

No 0.05 g/210L Test # 3 0.000Diagnostic Check (Post-Inspection): OK

Interferent Detect Test # 3 INTAlcohol Free Test: OK Yes

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

05: Control Outside Tolerance. Non-compliance: .

04/21/2020 23:21Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

04/21/2020

22:20:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/21/2020 23:21Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

05/17/2020

19:54:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.000Minimum Sample Volume Check: OK

Interferent Detect Test # 1 INTBarometric Pressure Sensor Check: OK

Alcohol Free Test # 2 0.000Alcohol Free Subject Test: 0.000 Yes

0.05 g/210L Test # 2 0.000Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # (Repeat) 2 0.000Interferent Detect Test: Interferent Detect Yes

No Interferent Detect Test # 2 INTDiagnostic Check (Post-Inspection): OK

Alcohol Free Test # 3 0.000Alcohol Free Test: OK Yes

No 0.05 g/210L Test # 3 0.0000.05 g/210L Test: OK

No 0.05 g/210L Test # (Repeat) 3 0.0000.08 g/210L Test: OK

No Interferent Detect Test # 3 INT0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

05: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: .

05/17/2020 21:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

05/17/2020

20:57:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/17/2020 21:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

06/07/2020

20:08:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/07/2020 21:11Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

07/09/2020

23:58:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.000Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.195Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.048Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1950.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1960.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.20 g/210L Test # (Repeat) 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

07/10/2020 01:00Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

08/22/2020

09:36:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

08/22/2020 10:41Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

PEREIRA,JOSE,L

09/19/2020

01:58:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1060911

Expiration 12/11/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.047Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

09/19/2020 03:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/21/2020

11:03:43 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.201

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.082

0.20 g/210L Test # 9 0.202

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.082

0.20 g/210L Test # 10 0.202

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0006

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

02/21/2020 11:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

02/26/2020

15:07:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/26/2020 16:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

03/31/2020

11:01:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.073Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.069Barometric Pressure Sensor Check: OK

Interferent Detect Test # 1 INTAlcohol Free Subject Test: 0.000 Yes

Alcohol Free Test # 2 0.000Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # 2 0.049Interferent Detect Test: Interferent Detect Yes

No 0.08 g/210L Test # 2 0.074Diagnostic Check (Post-Inspection): OK

0.08 g/210L Test # (Repeat) 2 0.074Alcohol Free Test: OK Yes

Interferent Detect Test # 2 INT0.05 g/210L Test: OK Yes

No Alcohol Free Test # 3 0.0000.08 g/210L Test: OK

No 0.05 g/210L Test # 3 0.0500.20 g/210L Test: OK

No 0.08 g/210L Test # 3 0.0740.08 g/210L Dry Gas Std Test: OK

0.08 g/210L Test # (Repeat) 3 0.075

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance: .

03/31/2020 12:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

03/31/2020

11:58:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

REMOVED MOUTH PIECE.

03/31/2020 12:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

04/21/2020

10:48:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/21/2020 11:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

05/01/2020

10:48:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/01/2020 11:24Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

06/05/2020

18:53:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/05/2020 19:28Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

06/22/2020

13:06:29 8100.27

Agency Inspection

Number of Simulators Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Non-compliance:DIAGNOSTIC FAILURE.

06/22/2020 15:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

06/22/2020

15:19:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/22/2020 15:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/06/2020

20:47:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201902C

Expiration 02/20/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.197Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.080Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.197Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0800.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1980.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.197

0.08 g/210L Test # (Repeat) 3 0.080

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08:Control Outside Tolerance/PLUGGED IN 0.20 SIM IN ERROR  .

07/06/2020 23:14Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/14/2020

17:21:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/14/2020 17:31Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

08/03/2020

15:31:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/03/2020 15:35Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

09/01/2020

13:59:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201910D

Expiration 10/22/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.195Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1900.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1960.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.189

0.20 g/210L Test # (Repeat) 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

09/01/2020 14:03Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

10/20/2020

12:03:14 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/20/2020 12:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

11/23/2020

09:53:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.050Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

11/23/2020 10:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

12/15/2020

10:49:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NO INTERFERENT DETECT.

12/18/2020 09:05Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

01/03/2020

12:03:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

01/03/2020 17:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

01/24/2020

15:01:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/24/2020 17:49Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

02/07/2020

17:59:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/07/2020 18:37Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

02/26/2020

14:44:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.000Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.197Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0000.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0770.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.000

0.08 g/210L Test # (Repeat) 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08:Control Outside Tolerance/FAILED TO CONN LINE IN/CONN   . DID NOT CONNECT LINE IN/LINE CONNECTED/RE-TESTED

02/26/2020 15:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

04/01/2020

10:03:05 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

04/01/2020 12:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

04/01/2020

12:24:50 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0006

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

04/01/2020 12:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

04/21/2020

10:27:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/21/2020 11:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

05/01/2020

10:27:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

05/01/2020 10:35Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

06/05/2020

19:21:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/05/2020 19:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

06/22/2020

15:13:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/22/2020 15:28Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/06/2020

19:53:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.000Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.000Barometric Pressure Sensor Check: OK

Interferent Detect Test # 1 INTAlcohol Free Subject Test: 0.000 Yes

Alcohol Free Test # 2 0.000Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # 2 0.050Interferent Detect Test: Interferent Detect Yes

No 0.08 g/210L Test # 2 0.000Diagnostic Check (Post-Inspection): OK

0.08 g/210L Test # (Repeat) 2 0.079Alcohol Free Test: OK Yes

Interferent Detect Test # 2 INT0.05 g/210L Test: OK Yes

No Alcohol Free Test # 3 0.0000.08 g/210L Test: OK

No 0.05 g/210L Test # 3 0.0490.20 g/210L Test: OK

No 0.08 g/210L Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK

0.08 g/210L Test # (Repeat) 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08:Control Outside Tolerance/FAILED TO CONNECT SIMULATOR, C. 2ND TEST LID NOT SECURENon-compliance:08 TEST NO
COMPLETE.

07/07/2020 17:54Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/06/2020

20:52:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/07/2020 17:54Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/14/2020

17:37:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/14/2020 17:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

08/03/2020

14:16:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0790.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1930.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

Interferent Detect Test # 2 0.0000.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det:TRAINING LOOSE LID/TIGHTED RESTESTED               .

08/03/2020 14:21Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

09/01/2020

12:05:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/01/2020 12:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

GAYLE,OWEN,D

10/20/2020

12:08:58 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/20/2020 12:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

10/28/2020

11:10:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

11/23/2020 11:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

12/15/2020

10:34:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No Alcohol Free Test # (Repeat) 1 0.000Date and/or Time Adjusted

0.05 g/210L Test # 1 0.049Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.080Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.194Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # (Repeat) 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0490.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0800.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

Alcohol Free Test # (Repeat) 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

MOUTH ALCOHOL NEAR STILL PRESENCE.

12/15/2020 12:37Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

01/27/2020

09:12:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/27/2020 09:32Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

02/11/2020

10:12:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

02/11/2020 10:24Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

03/03/2020

10:05:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

03/03/2020 10:24Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

04/23/2020

08:19:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/23/2020 09:25Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

05/26/2020

09:30:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.045Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

05/26/2020 09:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

06/22/2020

10:44:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.075Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

06/22/2020 11:21Data Download Date/Time

08 March 2021Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

07/21/2020

11:10:27 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0000

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

07/21/2020 11:13Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

07/30/2020

09:54:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/30/2020 09:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

08/24/2020

09:49:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/24/2020 09:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

09/21/2020

09:23:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/21/2020 09:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

10/28/2020

11:00:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.184Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.194Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0770.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1840.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1930.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.184

0.20 g/210L Test # (Repeat) 3 0.192

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.

10/28/2020 11:05Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

11/30/2020

10:49:42 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/03/2020 10:04Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

12/28/2020

15:29:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/28/2020 15:35Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

01/03/2020

12:02:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

01/03/2020 13:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

01/24/2020

14:55:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

01/24/2020 15:28Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

02/07/2020

18:16:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1190213

Expiration 08/28/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/07/2020 19:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

02/26/2020

12:43:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201811C

Alcohol Free Test # (Repeat) 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 INTDate and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 INTMinimum Sample Volume Check: OK

Interferent Detect Test # 1 INTBarometric Pressure Sensor Check: OK

Alcohol Free Test # (Repeat) 2 0.000Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 2 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # (Repeat) 3 0.000Interferent Detect Test: Interferent Detect Yes

No Interferent Detect Test # 3 INTDiagnostic Check (Post-Inspection): OK

Alcohol Free Test: OK Yes

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

00: Ambient Fail. 05: Interferent Detect, Interferent Detect. Non-compliance: .

02/26/2020 12:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

06/06/2020

07:49:09 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

06/06/2020 10:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

06/06/2020

10:18:35 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

06/06/2020 10:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

06/22/2020

14:48:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/22/2020 15:16Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/06/2020

20:42:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/06/2020 21:20Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/14/2020

17:42:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/14/2020 18:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

08/03/2020

15:44:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/03/2020 15:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL,CHARLES,E

09/01/2020

10:20:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

09/01/2020 10:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

10/20/2020

14:16:32 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

2019O2C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.083Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

POWER FAILURE DURING TEST HAD TO REDO INSPECTION

10/20/2020 14:23Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

11/23/2020

11:19:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/23/2020 11:28Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY S.O.

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

12/15/2020

09:05:09 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/15/2020 09:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

02/07/2020

13:51:07 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

02/25/2020 10:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/25/2020

13:43:24 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0006

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.202

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.203

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.204

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.204

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.203

0.08 g/210L Dry Gas Std Test # 8 0.077

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.203

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.204

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0012

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

02/25/2020 14:05Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

JOHNSON,DAVID,L

02/28/2020

12:18:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/28/2020 12:28Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

JOHNSON,DAVID,L

03/19/2020

11:53:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

03/19/2020 13:36Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

JOHNSON,DAVID,L

04/08/2020

10:19:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/08/2020 11:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

JOHNSON,DAVID,L

05/06/2020

10:46:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/06/2020 11:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GALLAGHER,MICHAEL,W

06/03/2020

14:32:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/03/2020 15:37Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GALLAGHER,MICHAEL,W

07/02/2020

15:04:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

FORGOT MOUTH ALCOHOL.

07/02/2020 16:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GALLAGHER,MICHAEL,W

07/02/2020

15:42:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/02/2020 16:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GALLAGHER,MICHAEL,W

08/14/2020

15:06:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/14/2020 16:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GALLAGHER,MICHAEL,W

09/15/2020

10:37:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

09/17/2020 14:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GALLAGHER,MICHAEL,W

10/21/2020

15:46:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.044Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.047Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.080Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.198Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.045Alcohol Free Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0470.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0800.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1990.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.045

0.05 g/210L Test # (Repeat) 3 0.047

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance.

10/21/2020 16:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GALLAGHER,MICHAEL,W

11/24/2020

15:20:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

11/26/2020 09:12Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OKALOOSA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GALLAGHER,MICHAEL,W

12/04/2020

09:46:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 989917

Expiration 07/25/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/04/2020 10:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

DUNLAP,GABRIEL,C

08/20/2020

10:22:08 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 0.000Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.20 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Time-Date changed. Int Det:BAD SEAL CORRECTED.

08/20/2020 11:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

DUNLAP,GABRIEL,C

09/30/2020

11:39:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.000Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.197Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.000Mouth Alcohol Test: Slope Not Met Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.082Interferent Detect Test: Interferent Detect Yes

Interferent Detect Test # 1 INTDiagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0470.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0630.08 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0780.20 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.08 g/210L Dry Gas Std Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.081

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.082

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.08 g/210L Test # (Repeat) 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.082

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.082

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance. 08: Control Outside Tolerance FAILED TO CONNECT HOSE. Non-compliance:BAD SEAL RE-
TESTING.

09/30/2020 15:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

DUNLAP,GABRIEL,C

09/30/2020

12:32:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.188Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.192Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.086Mouth Alcohol Test: Slope Not Met Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.085Interferent Detect Test: Interferent Detect Yes

Interferent Detect Test # 1 INTDiagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0500.05 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0770.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1900.20 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1920.08 g/210L Dry Gas Std Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.086

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.084

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.192

0.20 g/210L Test # (Repeat) 3 0.192

0.08 g/210L Dry Gas Std Test # 3 0.086

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.084

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance BAD SEAL. 08: Control Outside Tolerance. Non-compliance:DRY GAS OUT OF RANGE.

09/30/2020 15:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

DUNLAP,GABRIEL,C

09/30/2020

13:24:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.083Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0830.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.083

Interferent Detect Test # 3 INT

Remarks:

09/30/2020 15:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

DUNLAP,GABRIEL,C

10/29/2020

10:59:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

10/30/2020 12:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

BELLAMY,JENNIFER,A

11/18/2020

16:17:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.083

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

11/18/2020 18:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,X

11/19/2020

12:05:37 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0002

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0000

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

11/19/2020 13:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

DUNLAP,GABRIEL,C

11/19/2020

16:04:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # (Repeat) 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # (Repeat) 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # (Repeat) 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

05: Improper Sample STANDING NEAR INTAKE M/A.

11/19/2020 17:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

BELLAMY,JENNIFER,A

12/29/2020

16:10:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 10/22/2021

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.000Minimum Sample Volume Check: OK

Interferent Detect Test # 1 INTBarometric Pressure Sensor Check: OK

Alcohol Free Test # 2 0.000Alcohol Free Subject Test: 0.000 Yes

0.05 g/210L Test # 2 0.048Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # (Repeat) 2 0.048Interferent Detect Test: Interferent Detect Yes

No Interferent Detect Test # 2 INTDiagnostic Check (Post-Inspection): OK

Alcohol Free Test # 3 0.000Alcohol Free Test: OK Yes

No 0.05 g/210L Test # 3 0.0440.05 g/210L Test: OK

No 0.05 g/210L Test # (Repeat) 3 0.0470.08 g/210L Test: OK

No Interferent Detect Test # 3 INT0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

05:LOOSE SEAL, Control Outside Tolerance. Non-compliance: .

12/31/2020 01:11Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

CRESTVIEW PD

SoftwareTime

DateAgency

Inspector

Type

BELLAMY,JENNIFER,A

12/29/2020

16:54:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1249794

Expiration 12/13/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/31/2020 01:11Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

01/21/2020

18:58:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 10818080A4

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

01/21/2020 09:06Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

01/30/2020

10:42:55 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0005

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.203

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.203

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.202

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.203

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.203

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.203

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.203

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0006

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

01/30/2020 10:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

02/26/2020

06:52:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 10818080A4

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

02/26/2020 07:00Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

03/26/2020

09:26:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 10818080A4

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

03/26/2020 09:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

04/30/2020

12:50:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 10818080A4

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

05/05/2020 07:51Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

05/12/2020

18:01:08 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

INSPECTION ABORTED FOR TIME CHECK.

05/12/2020 08:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

05/12/2020

08:37:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 10818080A4

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

05/12/2020 08:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

07/29/2020

10:13:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

07/29/2020 10:15Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

08/28/2020

12:42:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

08/28/2020 12:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

09/30/2020

07:15:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201811C

Expiration 11/13/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14020080A1

Expiration 07/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

10/10/2020 06:16Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

10/30/2020

09:59:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14020080A1

Expiration 07/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

10/30/2020 10:04Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

11/30/2020

15:02:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 14020080A1

Expiration 07/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

11/30/2020 15:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

12/08/2020

15:15:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 14020080A1

Expiration 07/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

12/09/2020 08:54Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

01/02/2020

12:02:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/03/2020 08:00Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

02/05/2020

14:56:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/05/2020 15:05Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

02/12/2020

15:35:15 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0011

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.052

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.052

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.203

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.052

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.202

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.052

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.203

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.054

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.204

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.054

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.204

0.08 g/210L Dry Gas Std Test # 10 0.082

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0019

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0012

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0009

Remarks:

02/13/2020 10:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

03/02/2020

13:58:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

03/02/2020 14:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

04/01/2020

15:19:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/01/2020 15:21Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

05/01/2020

16:39:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/01/2020 16:43Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

06/05/2020

17:29:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/05/2020 17:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

07/09/2020

16:13:09 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

FOR COMPLIANCE

07/09/2020 16:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

08/07/2020

13:24:15 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/07/2020 13:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

09/11/2020

14:25:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/16/2020 12:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

10/09/2020

15:05:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/09/2020 15:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

11/04/2020

09:39:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/11/2020 19:31Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005077CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

NORTH MIAMI PD

SoftwareTime

DateAgency

Inspector

Type

DE JESUS,RAY,

12/23/2020

09:07:55 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34418080A3

Expiration 02/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.045Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.045

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/29/2020 17:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

01/06/2020

18:10:14 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28818080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

01/06/2020 18:33Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

02/05/2020

18:34:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28818080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

02/05/2020 18:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

03/09/2020

18:14:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

2O1902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

03/09/2020 18:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

04/01/2020

17:34:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

04/01/2020 19:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

05/04/2020

18:06:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

05/08/2020 12:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

06/04/2020

13:39:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28818080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

AI T. BELL #4152 PRESENT FOR INSPECTION.

06/04/2020 14:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

07/08/2020

18:48:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT ENTIRE INSPECTION.

07/21/2020 11:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

07/17/2020

12:14:35 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

07/21/2020 11:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

07/21/2020

11:49:59 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

07/21/2020 11:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

08/05/2020

16:22:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

08/05/2020 16:26Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

09/02/2020

18:42:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

09/02/2020 18:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

10/19/2020

13:07:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI T. BELL #4152 PRESENT FOR INSPECTION.

10/20/2020 09:34Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

11/16/2020

17:00:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 22419080A2

Expiration 10/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

11/18/2020 13:14Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HILLSBOROUGH CO SO

SoftwareTime

DateAgency

Inspector

Type

SKIPPER,ROGER,G

12/09/2020

19:00:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 18220080A2

Expiration 08/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI J. DAIL #254236 PRESENT FOR INSPECTION.

12/11/2020 08:38Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PATRICK AFB

SoftwareTime

DateAgency

Inspector

Type

UNDERWOOD,MELVIN,

01/31/2020

13:36:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 8547

Expiration 01/17/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

02/18/2020 13:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PATRICK AFB

SoftwareTime

DateAgency

Inspector

Type

UNDERWOOD,MELVIN,

02/28/2020

10:17:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 20180E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 89547

Expiration 01/17/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

02/28/2020 10:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PATRICK AFB

SoftwareTime

DateAgency

Inspector

Type

UNDERWOOD,MELVIN,

04/01/2020

12:45:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 89547

Expiration 01/17/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

07/10/2020 14:22Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PATRICK AFB

SoftwareTime

DateAgency

Inspector

Type

UNDERWOOD,MELVIN,

06/25/2020

16:01:15 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 89547

Expiration 01/17/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/10/2020 14:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PATRICK AFB

SoftwareTime

DateAgency

Inspector

Type

WILLIAMS,RICHARD,A

12/29/2020

11:47:17 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

12/29/2020 14:16Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PATRICK AFB

SoftwareTime

DateAgency

Inspector

Type

KIRKLAND,BRETT,H

12/29/2020

13:57:10 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 202010B

Expiration 10/05/2022

0.20 Lot #

Expiration

202010D

10/06/2022

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

12/29/2020 14:16Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

01/24/2020

18:19:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI

01/24/2020 18:34Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

02/29/2020

22:06:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.207Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2070.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.207

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI

02/29/2020 22:20Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

03/31/2020

20:57:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI

03/31/2020 21:21Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

04/21/2020

17:58:51 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI

04/21/2020 18:12Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

05/18/2020

16:50:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI

05/19/2020 12:18Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

06/30/2020

21:38:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.206Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI

06/30/2020 22:37Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

07/27/2020

19:14:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI

07/27/2020 19:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

08/25/2020

16:43:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI

09/04/2020 14:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

09/30/2020

15:05:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 867139

Expiration 11/15/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI

09/30/2020 16:51Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

11/03/2020

17:44:31 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

COMPLIANCE NOT DETERMINED, AI NOT CONDUCTED

11/03/2020 23:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

11/03/2020

23:38:19 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.205

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.204

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.203

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.204

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.203

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.204

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.204

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0000

0.20 g/210L Test (Std Dev) 0.0007

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

11/03/2020 23:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

11/20/2020

22:07:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1217042

Expiration 10/10/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI

11/25/2020 15:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005248CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FISH & WILDLIFE CC

SoftwareTime

DateAgency

Inspector

Type

BLANCO,JUAN,S

12/29/2020

16:02:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1217042

Expiration 10/10/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI

12/29/2020 16:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

01/20/2020

11:28:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

01/20/2020 11:38Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

02/17/2020

12:43:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 30219080A3

Expiration 01/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/17/2020 12:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

03/29/2020

11:03:58 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Average Standard Deviation

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK Yes

Barometric Pressure Sensor Check: OK Yes

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

A F / M A: Sequence AbortedSequence Aborted.

04/01/2020 13:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

04/01/2020

10:16:01 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

04/01/2020 13:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

04/01/2020

13:47:42 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.047

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.047

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

04/01/2020 13:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

04/24/2020

16:28:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

04/24/2020 16:31Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

05/24/2020

14:06:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

05/24/2020 14:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

06/16/2020

12:59:38 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

06/16/2020 13:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

07/27/2020

06:59:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

07/27/2020 07:04Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

08/24/2020

01:05:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.083Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/24/2020 01:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

09/17/2020

13:17:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/17/2020 13:28Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

10/23/2020

12:03:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

00919080A3

03/05/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/23/2020 12:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

11/24/2020

23:03:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

11/25/2020 15:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

HERNANDO COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

COLLITO,BRAD,R

12/12/2020

23:21:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/12/2020 23:28Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

01/11/2020

22:31:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 02/06/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG815602

Expiration 06/05/2020

Test Result

0.05 Lot # 201802B

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/11/2020 22:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/05/2020

14:45:43 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

02/05/2020 14:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

02/15/2020

20:33:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/15/2020 20:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

03/06/2020

20:54:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/06/2020 21:14Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

04/24/2020

01:16:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/24/2020 20:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

05/14/2020

15:41:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/14/2020 15:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

06/03/2020

22:35:38 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/03/2020 22:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

07/16/2020

00:35:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG831804

Expiration 11/14/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/16/2020 00:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

08/05/2020

23:10:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/05/2020 23:16Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

09/02/2020

20:49:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/02/2020 20:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

10/14/2020

20:34:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/16/2020 19:06Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

11/04/2020

20:59:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/05/2020 11:51Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PINELLAS COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

DEANE,M,

12/03/2020

21:02:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/05/2020 04:24Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PERRY POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

03/16/2020

12:50:46 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.201

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0006

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

03/16/2020 12:52Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PERRY POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

06/09/2020

14:01:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

NONE

06/09/2020 14:15Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PERRY POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

07/15/2020

10:29:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NONE

07/15/2020 10:32Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PERRY POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

08/05/2020

11:08:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.207Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NONE

08/05/2020 11:14Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PERRY POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

09/10/2020

10:17:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NONE

09/10/2020 10:53Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PERRY POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

10/21/2020

12:36:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NONE

10/21/2020 12:44Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PERRY POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

11/16/2020

11:27:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.207Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NONE

11/16/2020 12:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PERRY POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

HENING,FRED,C

12/22/2020

10:10:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A2

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NONE

12/22/2020 10:34Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

01/22/2020

10:42:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

01/22/2020 14:25Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

02/05/2020

08:47:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

02/05/2020 09:34Data Download Date/Time

08 March 2021Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/12/2020

14:30:20 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.051

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

02/12/2020 14:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

03/10/2020

15:26:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

03/10/2020 15:54Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

04/14/2020

13:10:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

04/14/2020 13:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

05/06/2020

08:49:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

05/06/2020 12:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

06/03/2020

08:33:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

06/03/2020 08:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

07/14/2020

08:51:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24018080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # (Repeat) 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: Ambient Fail.

07/14/2020 09:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

08/06/2020

08:52:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

08/06/2020 08:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

09/09/2020

14:14:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A3

Expiration 10/05/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

09/17/2020 08:35Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

10/07/2020

15:11:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 30219080A2

Expiration 12/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

10/07/2020 16:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

11/25/2020

15:38:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 30219080A2

Expiration 12/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

IN COMPLIANCE

11/25/2020 15:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

ST PETERSBURG PD

SoftwareTime

DateAgency

Inspector

Type

WEISKOPF,MICHAEL,D

12/24/2020

09:23:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 30219080A2

Expiration 12/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.05 g/210L Test # (Repeat) 1 0.047Minimum Sample Volume Check: OK

0.08 g/210L Test # 1 0.075Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.186Alcohol Free Subject Test: 0.000 Yes

0.20 g/210L Test # (Repeat) 1 0.197Mouth Alcohol Test: Slope Not Met Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Interferent Detect Test: Interferent Detect Yes

Interferent Detect Test # 1 INTDiagnostic Check (Post-Inspection): OK Yes

Alcohol Free Test # 2 0.000Alcohol Free Test: OK Yes

0.05 g/210L Test # 2 0.0450.05 g/210L Test: OK Yes

0.05 g/210L Test # (Repeat) 2 0.0460.08 g/210L Test: OK Yes

0.08 g/210L Test # 2 0.0800.20 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1910.08 g/210L Dry Gas Std Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.197

0.08 g/210L Dry Gas Std Test # 2 0.079

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.044

0.05 g/210L Test # (Repeat) 3 0.047

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.192

0.20 g/210L Test # (Repeat) 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05: Control Outside Tolerance. 20: Control Outside Tolerance.

12/29/2020 06:15Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

02/27/2020

05:13:46 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/27/2020 05:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

03/31/2020

08:25:17 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/04/2020 09:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

04/28/2020

09:15:20 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/28/2020 09:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

05/31/2020

14:54:03 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

05/31/2020 14:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

06/29/2020

04:15:58 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/10/2020 19:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

07/31/2020

00:22:08 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

07/31/2020 00:26Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

08/31/2020

10:15:06 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.047Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2000.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det: RFI Detect.

08/31/2020 10:20Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

09/29/2020

13:12:29 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 0.000Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # (Repeat) 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2010.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.20 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # (Repeat) 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Interferent Detect Test # (Repeat) 3 INT

Remarks:

Int Det:SIMULATER NOT CONNECTED.

09/29/2020 13:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

HARRISON,WILLIAM,C

10/12/2020

11:12:39 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1185592

Expiration 08/13/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/12/2020 11:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PORT ORANGE PD

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

10/16/2020

15:04:57 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.077

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

10/16/2020 15:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

JOEDICKE,WILLIAM,R

01/28/2020

22:21:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NONE

01/28/2020 22:31Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/12/2020

12:56:50 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.201

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.202

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.201

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

02/12/2020 13:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

JOEDICKE,WILLIAM,R

02/29/2020

20:58:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Range Exceeded TOO MUCH MA.

02/29/2020 21:09Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

JOEDICKE,WILLIAM,R

04/30/2020

22:09:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NONE

04/30/2020 22:14Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

JOEDICKE,WILLIAM,R

05/30/2020

12:32:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NONE

05/30/2020 12:34Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

JOEDICKE,WILLIAM,R

06/30/2020

22:11:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

NONE

06/30/2020 22:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

JOEDICKE,WILLIAM,R

07/31/2020

19:52:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Range Exceeded. MA TEST DONE 1ST

07/31/2020 19:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

JOEDICKE,WILLIAM,R

08/18/2020

15:01:05 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24818080A2

Expiration 10/05/2020

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.075Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

NONE

08/28/2020 13:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

WRIGHT,D,E

09/25/2020

17:46:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 20520080A1

Expiration 09/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.000Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.048Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1980.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance CONNECTED DRY GAS STANDARD   .

10/03/2020 00:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

WRIGHT,D,E

11/03/2020

15:30:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.214Barometric Pressure Sensor Check: OK

Interferent Detect Test # 1 INTAlcohol Free Subject Test: 0.000 Yes

Alcohol Free Test # 2 0.000Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # 2 0.048Interferent Detect Test: Interferent Detect Yes

No 0.08 g/210L Test # 2 0.079Diagnostic Check (Post-Inspection): OK

Interferent Detect Test # 2 INTAlcohol Free Test: OK Yes

Alcohol Free Test # 3 0.0000.05 g/210L Test: OK Yes

0.05 g/210L Test # 3 0.0490.08 g/210L Test: OK Yes

No 0.08 g/210L Test # 3 0.0780.20 g/210L Test: OK

No Interferent Detect Test # 3 INT0.08 g/210L Dry Gas Std Test: OK

Remarks:

20: Purge Fail SIM TIPPED OVER, Improper Sample. Non-compliance:SIM TIPPED OVER ON .020 TEST.

12/07/2020 11:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OCALA POLICE DEPT

SoftwareTime

DateAgency

Inspector

Type

WRIGHT,D,E

11/03/2020

15:35:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Diagnostic Check (Pre-Inspection): OK Yes

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

A F / M A: Range Exceeded. Non-compliance:SIM TIPPED OVER.

12/07/2020 11:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

CLAFLIN,DAVID,S

01/15/2020

10:10:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28018080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/15/2020 10:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

CLAFLIN,DAVID,S

02/05/2020

12:23:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A5

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/05/2020 12:36Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

CLAFLIN,DAVID,S

03/04/2020

10:09:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A5

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/04/2020 10:24Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

04/08/2020

10:55:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A5

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.000Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.078Barometric Pressure Sensor Check: OK

0.20 g/210L Test # 1 0.199Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0000.05 g/210L Test: OK Yes

0.08 g/210L Test # (Repeat) 2 0.0790.08 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2010.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.000

0.08 g/210L Test # (Repeat) 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside-SIM LEAK.

04/08/2020 11:03Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

05/07/2020

12:51:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A5

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/07/2020 13:00Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

06/03/2020

14:02:22 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A5

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/03/2020 14:16Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

06/09/2020

12:52:20 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.199

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.050

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.080

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

06/09/2020 13:49Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

07/07/2020

08:32:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/16/2020 08:37Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

AGUILERA,DANIEL,

08/12/2020

10:12:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/12/2020 10:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

09/23/2020

09:49:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/12/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/23/2020 09:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

NERONI,KRISTI,

10/13/2020

09:53:50 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 07220080A3

Expiration 05/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/13/2020 13:11Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

NERONI,KRISTI,

11/10/2020

08:25:14 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24620080A2

Expiration 11/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/10/2020 12:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

NERONI,KRISTI,

12/16/2020

11:43:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 24620080A2

Expiration 11/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/16/2020 13:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

01/15/2020

15:54:56 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24119080A1

Expiration 11/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/19/2020 16:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

02/19/2020

16:42:33 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24119080A1

Expiration 11/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/19/2020 16:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

03/25/2020

09:02:45 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24119080A1

Expiration 11/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

03/25/2020 09:04Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

04/15/2020

09:21:13 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24119080A1

Expiration 11/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

04/15/2020 09:23Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

05/15/2020

12:56:50 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24119080A1

Expiration 11/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/18/2020 07:00Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

06/24/2020

09:57:31 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24119080A1

Expiration 11/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

FACE CLEANED

06/24/2020 10:12Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

07/20/2020

09:45:06 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24119080A1

Expiration 11/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

OUT FOR DEPARTMENT INSPECTION

07/20/2020 09:50Data Download Date/Time

08 March 2021Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

08/04/2020

15:46:00 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.077

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.076

Interferent Detect Test # 5 INT

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.077

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.076

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.077

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.076

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.076

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0006

Remarks:

08/04/2020 15:49Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

08/25/2020

17:06:42 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 30219080A3

Expiration 01/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

BACK IN SERVICE

08/27/2020 15:06Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

09/23/2020

17:23:03 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 30219080A3

Expiration 01/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

.20 EXPIRATION DATE OF 02/20/2021

09/24/2020 15:37Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

10/14/2020

16:16:02 8100.27

Agency Inspection

Number of Simulators Compliance No

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Non-compliance: .

10/20/2020 14:52Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

10/14/2020

16:57:37 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 30219080A3

Expiration 01/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/20/2020 14:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

11/17/2020

16:41:04 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 30219080A3

Expiration 01/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/18/2020 15:14Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005477CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DADE CITY PD

SoftwareTime

DateAgency

Inspector

Type

BALDWIN,DEAN,

12/10/2020

16:38:03 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 30219080A3

Expiration 01/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/10/2020 16:43Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAYTONA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

DUNNE,JUSTIN,R

04/14/2020

14:19:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/08/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A:NOT ENOUGH AIR.

04/14/2020 14:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAYTONA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

DUNNE,JUSTIN,R

05/26/2020

12:40:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/08/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

05/26/2020 12:43Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAYTONA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

DUNNE,JUSTIN,R

06/24/2020

12:11:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/08/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/24/2020 12:15Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAYTONA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

09/24/2020

09:33:23 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

NoDate and/or Time Adjusted

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

BYPASSED AI TO OPERATE INSTRUMENT

09/24/2020 12:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

DAYTONA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SOTO,ISRAEL,

09/24/2020

11:59:23 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG011102

Expiration 04/20/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.198

0.08 g/210L Dry Gas Std Test # 4 0.077

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.077

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.077

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.198

0.08 g/210L Dry Gas Std Test # 8 0.077

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.198

0.08 g/210L Dry Gas Std Test # 10 0.077

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0006

Remarks:

09/24/2020 12:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

01/06/2020

15:21:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/06/2020 15:31Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

02/11/2020

11:37:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/11/2020 11:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

06/10/2020

11:47:37 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0008

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.054

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.052

0.08 g/210L Test # 4 0.083

0.20 g/210L Test # 4 0.203

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.052

0.08 g/210L Test # 5 0.082

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.052

0.08 g/210L Test # 6 0.084

0.20 g/210L Test # 6 0.202

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.052

0.08 g/210L Test # 7 0.084

0.20 g/210L Test # 7 0.202

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.052

0.08 g/210L Test # 8 0.084

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.077

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.053

0.08 g/210L Test # 9 0.084

0.20 g/210L Test # 9 0.201

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.051

0.08 g/210L Test # 10 0.083

0.20 g/210L Test # 10 0.202

0.08 g/210L Dry Gas Std Test # 10 0.077

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0008

0.08 g/210L Test (Std Dev) 0.0011

0.20 g/210L Test (Std Dev) 0.0007

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0007

Remarks:

06/10/2020 11:49Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

MAZURYK,MICHAEL,S

06/18/2020

13:53:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/18/2020 23:34Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

07/09/2020

10:51:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/09/2020 10:54Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

08/13/2020

10:59:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/13/2020 11:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

09/09/2020

16:35:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.000Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.051Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0800.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.2030.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance.FAILED TO ATTACH DRY GAS

09/09/2020 16:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

10/19/2020

15:24:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/20/2020 18:20Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

11/10/2020

10:56:09 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0830.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/10/2020 10:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

11/13/2020

10:07:20 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 00919080A3

Expiration 03/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/13/2020 10:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FERNANDINA BEACH PD

SoftwareTime

DateAgency

Inspector

Type

SMITH,JASON,E

12/11/2020

17:28:58 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 24620080A3

Expiration 11/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

12/11/2020 17:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

01/24/2020

12:55:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34917080A4

Expiration 02/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A: NOT BLOW HARD ENOUGH AI MYRTIL #5383 PRESENT

01/24/2020 13:11Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

02/26/2020

14:32:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.083Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL# 5383 PRESENT

02/26/2020 14:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

03/25/2020

14:21:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL#5383 PRESENT

03/25/2020 15:21Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

04/07/2020

21:03:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL#5383 PRESENT

04/29/2020 17:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

04/29/2020

17:22:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL# 5383 PRESENT

04/29/2020 17:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,

05/28/2020

15:53:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN PRESENT MBPD

05/28/2020 15:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

06/25/2020

12:39:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 MBPD PRESENT

06/25/2020 12:54Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

07/29/2020

10:40:08 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN 141 PRESENT

07/29/2020 15:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

08/11/2020

10:07:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI P. SOCARRAS #501 PRESENT

08/11/2020 13:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

08/12/2020

09:17:47 8100.27

Agency Inspection

Number of Simulators Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

NoDiagnostic Check (Pre-Inspection): OK

Date and/or Time Adjusted Yes

Minimum Sample Volume Check: OK

Barometric Pressure Sensor Check: OK

NoAlcohol Free Subject Test: 0.000

NoMouth Alcohol Test: Slope Not Met

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

NoAlcohol Free Test: OK

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Time-Date changed.COMPLIANCE NOT DETERMINED

08/12/2020 14:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

08/12/2020

14:44:45 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0008

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.196

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.196

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.196

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.196

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.195

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0012

0.20 g/210L Test (Std Dev) 0.0008

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0008

Remarks:

08/12/2020 14:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

09/02/2020

11:13:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 PRESENT

09/02/2020 13:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

10/28/2020

01:08:14 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.054Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.054Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.083Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/28/2020 12:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

11/25/2020

03:24:15 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

A F / M A:MISSED AF.

11/26/2020 00:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

12/19/2020

03:27:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.093Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.201Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.050Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0810.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.0930.08 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.2000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.092

0.20 g/210L Test # (Repeat) 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance.- LOOSE HOSE

12/19/2020 04:02Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

01/24/2020

09:33:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 30219080A5

Expiration 01/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.084Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0830.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL #5383 PRESENT

01/24/2020 09:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

02/26/2020

15:32:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.047Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.AI MYRTIL#5383 PRESENT

02/26/2020 15:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

03/25/2020

14:51:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.047Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed. A F / M A: No Sample Provided.AI MYRTIL

04/29/2020 17:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

03/25/2020

18:27:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL#5383 PRESENT

04/29/2020 17:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

04/29/2020

17:16:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL# 5383 PRESENT

04/29/2020 17:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

05/28/2020

12:52:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.048Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.ADJUSTEDAIMILLANPRESENTMBPD

05/28/2020 16:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

06/25/2020

10:58:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 MBPD PRESENT

06/25/2020 11:06Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

07/29/2020

11:02:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI MILAN 141 PRESENT

07/29/2020 15:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

08/11/2020

09:38:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

AI P SOCARRAS #501 PRESENT

08/11/2020 14:06Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

REYES-=RIVERA,DAVID,E

08/12/2020

14:58:54 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.197

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.198

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.047

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.080

0.20 g/210L Test # 9 0.197

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.048

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

08/12/2020 15:03Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

09/02/2020

11:02:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 PRESENT

09/02/2020 14:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

10/28/2020

01:54:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

10/28/2020 11:34Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

11/25/2020

03:52:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

11/26/2020 00:18Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

12/19/2020

03:07:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/19/2020 03:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

04/21/2020

11:15:09 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.051

0.08 g/210L Test # 4 0.082

0.20 g/210L Test # 4 0.203

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.051

0.08 g/210L Test # 5 0.082

0.20 g/210L Test # 5 0.204

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.051

0.08 g/210L Test # 6 0.082

0.20 g/210L Test # 6 0.205

0.08 g/210L Dry Gas Std Test # 6 0.081

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.051

0.08 g/210L Test # 7 0.082

0.20 g/210L Test # 7 0.204

0.08 g/210L Dry Gas Std Test # 7 0.081

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.051

0.08 g/210L Test # 8 0.082

0.20 g/210L Test # 8 0.204

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.051

0.08 g/210L Test # 9 0.082

0.20 g/210L Test # 9 0.204

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.051

0.08 g/210L Test # 10 0.083

0.20 g/210L Test # 10 0.205

0.08 g/210L Dry Gas Std Test # 10 0.081

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0003

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

04/21/2020 11:23Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

04/29/2020

17:16:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL# 5383 PRESENT

04/29/2020 17:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

05/28/2020

15:44:28 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN PRESENT MBPD

05/28/2020 15:49Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

06/25/2020

12:37:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 MBPD PRESENT

06/25/2020 12:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

07/29/2020

13:11:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.084Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0840.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.083

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN 141 PRESENT

07/29/2020 14:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

08/19/2020

10:22:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 PRESENT

08/19/2020 10:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

09/02/2020

13:08:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 PRESENT

09/02/2020 13:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

10/28/2020

03:30:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2020

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.084Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

10/28/2020 10:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

11/25/2020

03:07:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

11/25/2020 23:16Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

12/19/2020

02:22:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 05620080A1

Expiration 04/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/19/2020 02:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

01/24/2020

12:42:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 34917080A4

Expiration 02/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL #5383 PRESENT

01/24/2020 13:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

02/26/2020

12:36:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.049Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.206Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2070.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.AI MYRTIL 5383 PRESENT

02/26/2020 13:24Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

03/25/2020

14:55:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL#5383 PRESENT

04/29/2020 13:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

04/29/2020

13:47:36 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL#5383 PRESENT

04/29/2020 13:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

05/28/2020

15:47:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN PRESENT MBPD

05/28/2020 15:54Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

06/25/2020

12:44:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 MBPD PRESENT

06/25/2020 12:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

07/29/2020

13:32:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN 141 PRESENT

07/29/2020 14:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

08/11/2020

10:18:38 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI P. SOCARRAS #501 PRESENT

08/11/2020 13:49Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

08/12/2020

15:14:34 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0007

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.204

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.081

0.20 g/210L Test # 5 0.203

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.203

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.081

0.20 g/210L Test # 7 0.203

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.204

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.203

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.081

0.20 g/210L Test # 10 0.203

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0009

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0009

Remarks:

08/12/2020 15:20Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

09/02/2020

13:07:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI SOCARRAS #501 PRESENT

09/02/2020 13:34Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

10/28/2020

03:10:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.053Date and/or Time Adjusted

0.08 g/210L Test # 1 0.084Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.207Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.053Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.084Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2070.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.083

0.20 g/210L Test # 3 0.207

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/28/2020 10:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

11/25/2020

03:08:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.083Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.206Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.083Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.052

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/25/2020 23:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

MIAMI DADE PD

SoftwareTime

DateAgency

Inspector

Type

MYRTIL,REGINALD,J

12/19/2020

02:22:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 06419080A2

Expiration 05/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.206Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.053

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.208

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/19/2020 02:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

CLAFLIN,DAVID,S

01/15/2020

10:20:30 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908C

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A5

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/15/2020 10:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

CLAFLIN,DAVID,S

02/05/2020

13:59:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28819080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/05/2020 14:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

CLAFLIN,DAVID,S

03/04/2020

11:30:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28818080A1

Expiration 12/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

03/04/2020 11:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

04/08/2020

11:08:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A5

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.000Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.080Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0780.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1970.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0800.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.000

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A: Ambient Fail-MOUTHPIECE HAD MINOR CONDENSATION  . 08: Control Outside-TANK HOSE LEAK-RE.

04/08/2020 11:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,0

05/07/2020

12:49:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

05/07/2020 12:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

06/03/2020

10:26:00 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/03/2020 10:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

06/09/2020

13:31:56 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.197

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.078

0.20 g/210L Test # 6 0.198

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.197

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.198

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.197

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0006

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

06/10/2020 08:30Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

07/07/2020

11:21:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 03519080A5

Expiration 04/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/16/2020 08:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,

08/12/2020

10:24:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 07220080A2

Expiration 05/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

08/12/2020 10:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

SERRANO,ROMAN,NA

09/23/2020

10:03:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 07220080A2

Expiration 05/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/23/2020 10:09Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

NERONI,KRISTI,

10/13/2020

10:22:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration

0.08 Lot #

Expiration

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot #

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No Interferent Detect Test # 1 0.000Date and/or Time Adjusted

Alcohol Free Test # 2 0.000Minimum Sample Volume Check: OK

Interferent Detect Test # 2 0.000Barometric Pressure Sensor Check: OK

Alcohol Free Test # 3 0.000Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 3 0.000Mouth Alcohol Test: Slope Not Met Yes

NoInterferent Detect Test: Interferent Detect

NoDiagnostic Check (Post-Inspection): OK

Alcohol Free Test: OK Yes

No0.05 g/210L Test: OK

No0.08 g/210L Test: OK

No0.20 g/210L Test: OK

No0.08 g/210L Dry Gas Std Test: OK

Remarks:

Int Det: .

10/13/2020 13:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

NERONI,KRISTI,N

10/13/2020

11:18:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 07220080A2

Expiration 05/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/13/2020 13:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

AGUILERA,DANIEL,

11/10/2020

10:04:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 07220080A2

Expiration 05/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/10/2020 10:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005655CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FORT MYERS PD

SoftwareTime

DateAgency

Inspector

Type

NERONI,KRISTI,

12/16/2020

11:10:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 07220080A2

Expiration 05/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.075Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/16/2020 13:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

01/27/2020

08:36:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

/

01/28/2020 08:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

02/11/2020

09:41:06 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.075Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

02/11/2020 10:32Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

03/03/2020

09:21:59 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1910.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.192

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/03/2020 09:55Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

04/23/2020

07:40:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

04/23/2020 10:06Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

05/26/2020

08:40:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.075Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.190Barometric Pressure Sensor Check: OK

0.20 g/210L Test # (Repeat) 1 0.162Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

No 0.05 g/210L Test # 2 0.046Diagnostic Check (Post-Inspection): OK

0.08 g/210L Test # 2 0.075Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1890.05 g/210L Test: OK Yes

0.20 g/210L Test # (Repeat) 2 0.1710.08 g/210L Test: OK Yes

No Interferent Detect Test # 2 INT0.20 g/210L Test: OK

No Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK

0.05 g/210L Test # 3 0.045

0.08 g/210L Test # 3 0.075

0.20 g/210L Test # 3 0.190

0.20 g/210L Test # (Repeat) 3 0.169

Interferent Detect Test # 3 INT

Remarks:

20: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:INSTRUMENT 80-005810 IS READING TOO LOW     .

05/26/2020 09:29Data Download Date/Time

08 March 2021Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

06/06/2020

09:52:25 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG931603

Expiration 11/12/2021

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.077Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.050

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.202

0.08 g/210L Dry Gas Std Test # 4 0.078

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.050

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.202

0.08 g/210L Dry Gas Std Test # 5 0.077

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.080

0.20 g/210L Test # 6 0.203

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.202

0.08 g/210L Dry Gas Std Test # 7 0.077

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.202

0.08 g/210L Dry Gas Std Test # 8 0.077

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.202

0.08 g/210L Dry Gas Std Test # 9 0.077

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.202

0.08 g/210L Dry Gas Std Test # 10 0.077

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

06/06/2020 09:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

06/22/2020

11:32:44 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/22/2020 11:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

07/30/2020

09:19:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/30/2020 09:23Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

08/24/2020

10:42:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

08/24/2020 10:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

09/21/2020

10:01:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/21/2020 10:04Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

10/28/2020

11:52:49 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.192Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/28/2020 11:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

11/30/2020

11:38:29 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.193

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/03/2020 10:09Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

LAKELAND PD

SoftwareTime

DateAgency

Inspector

Type

FRANZ,GORDON,L

12/28/2020

14:55:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/28/2020 15:49Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

01/03/2020

12:03:29 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.052Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/03/2020 16:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

01/24/2020

15:07:32 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

01/24/2020 17:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/04/2020

14:38:59 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.199

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.198

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.199

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0003

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

02/04/2020 14:46Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

02/26/2020

14:58:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

02/26/2020 15:57Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

03/31/2020

10:33:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

0.08 Gas Lot #

Expiration

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.074Minimum Sample Volume Check: OK

0.08 g/210L Test # (Repeat) 1 0.072Barometric Pressure Sensor Check: OK

Interferent Detect Test # 1 INTAlcohol Free Subject Test: 0.000 Yes

Alcohol Free Test # 2 0.000Mouth Alcohol Test: Slope Not Met Yes

0.05 g/210L Test # 2 0.049Interferent Detect Test: Interferent Detect Yes

No 0.08 g/210L Test # 2 0.075Diagnostic Check (Post-Inspection): OK

0.08 g/210L Test # (Repeat) 2 0.073Alcohol Free Test: OK Yes

Interferent Detect Test # 2 INT0.05 g/210L Test: OK Yes

No Alcohol Free Test # 3 0.0000.08 g/210L Test: OK

No 0.05 g/210L Test # 3 0.0480.20 g/210L Test: OK

No 0.08 g/210L Test # 3 0.0760.08 g/210L Dry Gas Std Test: OK

0.08 g/210L Test # (Repeat) 3 0.074

Interferent Detect Test # 3 INT

Remarks:

08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:SOLUTION CHANGE.

03/31/2020 11:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

03/31/2020

11:37:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AF/MA AMB AIR FAIL HAND SAND.

03/31/2020 11:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

04/21/2020

10:53:40 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

0.05 g/210L Test # 1 0.050Date and/or Time Adjusted Yes

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

Time-Date changed.

04/21/2020 11:39Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

05/01/2020

10:42:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

05/01/2020 11:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

06/05/2020

18:31:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

06/05/2020 19:14Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

06/22/2020

15:22:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/22/2020 15:42Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/06/2020

20:38:25 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/06/2020 23:26Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

07/14/2020

17:31:11 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/14/2020 17:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

08/03/2020

15:49:35 8100.27

Agency Inspection

Number of Simulators 5 Compliance No

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

No 0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

DIAAG.

08/03/2020 16:00Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

LYONS,DANIEL,E

08/03/2020

16:39:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.045Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.045Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0770.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.045

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.077

Interferent Detect Test # 3 INT

Remarks:

08/03/2020 16:46Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

GAYLE,OWEN,D

09/01/2020

10:11:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1910213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/01/2020 10:21Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

10/20/2020

11:47:53 8100.27

Agency Inspection

Number of Simulators 4 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.082Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.000Alcohol Free Subject Test: 0.000 Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 1 0.079Mouth Alcohol Test: Slope Not Met Yes

Interferent Detect Test # 1 INTInterferent Detect Test: Interferent Detect Yes

Alcohol Free Test # 2 0.000Diagnostic Check (Post-Inspection): OK Yes

0.05 g/210L Test # 2 0.049Alcohol Free Test: OK Yes

0.08 g/210L Test # 2 0.0820.05 g/210L Test: OK Yes

0.20 g/210L Test # 2 0.1980.08 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0000.20 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # (Repeat) 2 0.0790.08 g/210L Dry Gas Std Test: OK Yes

Interferent Detect Test # 2 INT

Alcohol Free Test # 3 0.000

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.000

0.08 g/210L Dry Gas Std Test # (Repeat) 3 0.079

Interferent Detect Test # 3 INT

Remarks:

A F / M A:INTEFERENCE DETECTED. 08: Control Outside Tolerance.

10/20/2020 11:53Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

11/23/2020

11:06:19 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/23/2020 11:23Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

OSCEOLA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

MCCONNELL GAYLE,CHARLES
OWEN,

12/15/2020

10:44:03 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1190213

Expiration 08/28/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

12/15/2020 13:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

01/21/2020

08:52:04 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 10818080A4

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

01/21/2020 09:03Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

PLATT,SHAYLA,D

02/04/2020

11:12:41 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.081

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.081

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.199

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.050

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.081

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0007

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0000

Remarks:

02/04/2020 11:20Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

02/26/2020

06:47:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

02/26/2020 06:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

03/26/2020

08:44:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 10818080A4

Expiration 06/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.046

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

03/26/2020 09:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

04/30/2020

12:44:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

05/05/2020 07:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

05/12/2020

09:42:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

05/12/2020 09:43Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

06/30/2020

07:29:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

06/30/2020 07:32Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

07/29/2020

09:26:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14020080A1

Expiration 07/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

07/29/2020 09:31Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

08/28/2020

13:30:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

08/28/2020 13:39Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

09/23/2020

11:07:43 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.080

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.079

0.20 g/210L Test # 5 0.201

0.08 g/210L Dry Gas Std Test # 5 0.081

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.201

0.08 g/210L Dry Gas Std Test # 6 0.081

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.050

0.08 g/210L Test # 7 0.078

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.080

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.050

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.201

0.08 g/210L Dry Gas Std Test # 8 0.080

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.081

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.050

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.201

0.08 g/210L Dry Gas Std Test # 10 0.081

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0007

0.08 g/210L Test (Std Dev) 0.0003

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

09/23/2020 11:16Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

09/30/2020

08:12:43 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

10/10/2020 06:15Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

10/30/2020

11:04:24 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.076

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

11/03/2020 05:40Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

11/30/2020

15:08:48 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

11/30/2020 15:22Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

SARASOTA COUNTY SO

SoftwareTime

DateAgency

Inspector

Type

FELTOVIC,DEP,M

12/08/2020

16:16:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 17919080A2

Expiration 08/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

INSPECTED AT N JAIL

12/09/2020 08:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

01/17/2020

12:02:07 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

01/17/2020 12:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

02/11/2020

13:01:39 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.080

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.199

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.200

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.078

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.079

0.20 g/210L Test # 9 0.199

0.08 g/210L Dry Gas Std Test # 9 0.079

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.199

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0005

0.08 g/210L Test (Std Dev) 0.0004

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

02/11/2020 14:58Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

02/14/2020

12:58:18 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

02/14/2020 13:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

03/20/2020

13:23:33 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

03/20/2020 13:27Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

04/17/2020

13:48:09 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.205Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

04/17/2020 13:51Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

05/15/2020

13:45:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

05/15/2020 13:49Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

06/26/2020

13:10:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.052Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

06/26/2020 13:13Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

07/17/2020

13:47:42 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 13518080A5

Expiration 08/05/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

07/17/2020 13:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

08/14/2020

13:52:27 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

08/14/2020 14:06Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

09/18/2020

12:36:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

09/18/2020 12:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

10/16/2020

12:41:12 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

10/16/2020 12:46Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

11/13/2020

13:45:47 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

11/13/2020 13:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

12/11/2020

13:49:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

12/11/2020 16:34Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

01/17/2020

15:06:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.201Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

01/17/2020 15:26Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

02/11/2020

13:13:14 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG916501

Expiration 06/14/2021

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.203

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.081

0.20 g/210L Test # 4 0.202

0.08 g/210L Dry Gas Std Test # 4 0.081

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.080

0.20 g/210L Test # 5 0.203

0.08 g/210L Dry Gas Std Test # 5 0.080

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.081

0.20 g/210L Test # 6 0.202

0.08 g/210L Dry Gas Std Test # 6 0.080

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.080

0.20 g/210L Test # 7 0.203

0.08 g/210L Dry Gas Std Test # 7 0.081

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.081

0.20 g/210L Test # 8 0.203

0.08 g/210L Dry Gas Std Test # 8 0.081

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.081

0.20 g/210L Test # 9 0.203

0.08 g/210L Dry Gas Std Test # 9 0.080

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.080

0.20 g/210L Test # 10 0.203

0.08 g/210L Dry Gas Std Test # 10 0.080

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0005

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0005

Remarks:

02/11/2020 15:12Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

02/14/2020

15:34:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201802G

02/22/2020

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.082

Interferent Detect Test # 3 INT

Remarks:

02/14/2020 15:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

03/20/2020

13:47:57 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

03/20/2020 13:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

04/17/2020

14:09:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.206Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.082Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2060.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.206

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

04/17/2020 14:12Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

05/15/2020

16:36:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

05/15/2020 16:41Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

06/26/2020

16:53:39 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

06/26/2020 16:56Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

07/17/2020

16:44:17 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 28719080A1

Expiration 12/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.203Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

07/17/2020 16:49Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

08/14/2020

17:21:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.082Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0820.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

08/14/2020 17:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

09/18/2020

13:04:52 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 17919080A1

Expiration 08/05/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2030.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

09/18/2020 13:10Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

10/16/2020

12:47:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14020080A1

Expiration 07/05/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.051Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.051Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2050.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.051

0.08 g/210L Test # 3 0.081

0.20 g/210L Test # 3 0.205

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

10/16/2020 12:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

11/13/2020

13:47:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14020080A1

Expiration 07/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.081Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.204Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.081Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2040.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.082

0.20 g/210L Test # 3 0.204

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

11/13/2020 13:53Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

PALM BEACH CO SO

SoftwareTime

DateAgency

Inspector

Type

KARLECKE,JASON,C

12/11/2020

18:15:14 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 14020080A1

Expiration 07/05/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.080Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.080Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.080

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/12/2020 10:37Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

01/18/2020

13:01:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

01/18/2020 14:31Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

02/28/2020

17:10:41 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.050Date and/or Time Adjusted

0.08 g/210L Test # 1 0.079Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.202Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.050Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2020.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.202

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

02/28/2020 18:02Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

03/27/2020

16:44:13 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

04/02/2020 14:55Data Download Date/Time

08 March 2021Printed:
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Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

04/29/2020

18:33:10 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

04/29/2020 19:51Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

05/24/2020

16:23:02 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.201

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

05/25/2020 17:19Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

06/30/2020

05:25:14 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

06/30/2020 05:36Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

07/28/2020

15:51:56 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.199Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

07/28/2020 16:23Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

08/28/2020

16:42:16 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1990.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

08/28/2020 17:40Data Download Date/Time

08 March 2021Printed:
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Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HAUGHEY,MICHAEL,D

09/10/2020

13:43:35 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0003

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2010.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.049

0.08 g/210L Test # 4 0.079

0.20 g/210L Test # 4 0.200

0.08 g/210L Dry Gas Std Test # 4 0.077

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.049

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.200

0.08 g/210L Dry Gas Std Test # 5 0.078

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.049

0.08 g/210L Test # 6 0.077

0.20 g/210L Test # 6 0.200

0.08 g/210L Dry Gas Std Test # 6 0.078

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.049

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.201

0.08 g/210L Dry Gas Std Test # 7 0.078

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.049

0.08 g/210L Test # 8 0.078

0.20 g/210L Test # 8 0.200

0.08 g/210L Dry Gas Std Test # 8 0.077

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.049

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.200

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.078

0.20 g/210L Test # 10 0.200

0.08 g/210L Dry Gas Std Test # 10 0.078

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0000

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0004

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0004

Remarks:

09/10/2020 13:50Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

09/29/2020

15:13:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.200Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.2000.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.200

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

10/02/2020 12:51Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

10/28/2020

14:45:45 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.078Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.076Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0780.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

10/29/2020 12:35Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

11/24/2020

14:56:55 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.198Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.199

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

11/25/2020 11:25Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

FL HIGHWAY PATROL

SoftwareTime

DateAgency

Inspector

Type

HERNANDEZ,ALAIN,

12/22/2020

11:45:53 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1048227

Expiration 11/15/2021

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

NO ISSUES

12/22/2020 12:52Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

01/24/2020

08:12:01 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.046Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI P. SOCARRAS #501 PRESENT

01/24/2020 09:45Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

02/27/2020

11:25:34 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1980.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI P. SOCARRAS PRESENT

02/27/2020 12:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

03/18/2020

12:15:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI P. SOCARRAS ID#501 PRESENT

03/18/2020 12:48Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

MILLAN,KEVIN,

04/29/2020

11:55:31 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.197Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI P. SOCARRAS #501 PRESENT

04/29/2020 16:01Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

05/28/2020

11:12:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.194Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.078

Interferent Detect Test # 3 INT

Remarks:

AI K. MILLAN #141 PRESENT

05/28/2020 16:29Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

06/25/2020

14:30:26 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 814181

Expiration 07/24/2020

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Remarks:

AI MYRTIL #5383 MDPD PRESENT

06/25/2020 14:47Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

07/29/2020

15:37:22 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.048Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN 141 PRESENT

07/29/2020 16:08Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Alcohol Free Test # 6 0.000

Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

REYES-RIVERA,DAVID,E

08/03/2020

14:01:56 8100.27

Number of Simulators 5

Department Inspection

Compliance Yes

Check or Test Result

Expiration 05/14/2021

0.08 Lot # 201905B

Expiration 05/14/2021

0.20 Lot #

Expiration

201904D

04/30/2021

0.08 Gas Lot # AG003005

Expiration 01/30/2022

Average Standard Deviation 0.0004

Test Result

0.05 Lot # 201905A

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK Yes

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK Yes

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1970.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.048

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.198

0.08 g/210L Dry Gas Std Test # 3 0.079

Interferent Detect Test # 3 INT

Alcohol Free Test # 4 0.000

0.05 g/210L Test # 4 0.048

0.08 g/210L Test # 4 0.078

0.20 g/210L Test # 4 0.197

0.08 g/210L Dry Gas Std Test # 4 0.079

Interferent Detect Test # 4 INT

Alcohol Free Test # 5 0.000

0.05 g/210L Test # 5 0.048

0.08 g/210L Test # 5 0.078

0.20 g/210L Test # 5 0.196

0.08 g/210L Dry Gas Std Test # 5 0.079

Interferent Detect Test # 5 INT

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

Alcohol Free Test # 6 0.000

0.05 g/210L Test # 6 0.048

0.08 g/210L Test # 6 0.079

0.20 g/210L Test # 6 0.196

0.08 g/210L Dry Gas Std Test # 6 0.079

Interferent Detect Test # 6 INT

Alcohol Free Test # 7 0.000

0.05 g/210L Test # 7 0.048

0.08 g/210L Test # 7 0.079

0.20 g/210L Test # 7 0.197

0.08 g/210L Dry Gas Std Test # 7 0.079

Interferent Detect Test # 7 INT

Alcohol Free Test # 8 0.000

0.05 g/210L Test # 8 0.048

0.08 g/210L Test # 8 0.079

0.20 g/210L Test # 8 0.196

0.08 g/210L Dry Gas Std Test # 8 0.079

Interferent Detect Test # 8 INT

Alcohol Free Test # 9 0.000

0.05 g/210L Test # 9 0.048

0.08 g/210L Test # 9 0.078

0.20 g/210L Test # 9 0.196

0.08 g/210L Dry Gas Std Test # 9 0.078

Interferent Detect Test # 9 INT

Alcohol Free Test # 10 0.000

0.05 g/210L Test # 10 0.049

0.08 g/210L Test # 10 0.079

0.20 g/210L Test # 10 0.196

0.08 g/210L Dry Gas Std Test # 10 0.079

Interferent Detect Test # 10 INT

0.05 g/210L Test (Std Dev) 0.0004

0.08 g/210L Test (Std Dev) 0.0005

0.20 g/210L Test (Std Dev) 0.0007

0.08 g/210L Dry Gas Std Test (Std Dev) 0.0003

Remarks:

08/03/2020 14:05Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

08/11/2020

13:44:21 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201808E

Expiration 08/22/2020

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.079Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1950.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.050

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI MILLAN #141 PRESENT

08/13/2020 09:59Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

09/02/2020

10:34:23 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.048Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.196Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.079Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.079

0.20 g/210L Test # 3 0.196

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

AI R. MYRTIL #5383 MDPD PRESENT

09/02/2020 14:44Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

10/29/2020

11:59:37 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 11/13/2020

0.08 Lot # 201908B

Expiration 08/07/2021

0.20 Lot #

Expiration

201902C

02/20/2021

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201811C

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.049Date and/or Time Adjusted

0.08 g/210L Test # 1 0.078Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.195Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.049Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1960.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0800.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.049

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.197

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

10/29/2020 13:07Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

11/24/2020

10:59:46 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.076Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.193Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.080Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.077Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1940.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0790.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.078

0.20 g/210L Test # 3 0.195

0.08 g/210L Dry Gas Std Test # 3 0.080

Interferent Detect Test # 3 INT

Remarks:

11/24/2020 11:33Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



Florida Department of Law Enforcement

80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Inspection Test Electronic Data

Alcohol Testing Program

US COAST GUARD MIAMI

SoftwareTime

DateAgency

Inspector

Type

SOCARRAS,PEDRO,A

12/21/2020

10:12:54 8100.27

Agency Inspection

Number of Simulators 5 Compliance Yes

Check or Test Result

Expiration 10/22/2021

0.08 Lot # 202007A

Expiration 07/21/2022

0.20 Lot #

Expiration

202005A

05/12/2022

0.08 Gas Lot # 1175968

Expiration 07/30/2022

Test Result

0.05 Lot # 201910D

Alcohol Free Test # 1 0.000Diagnostic Check (Pre-Inspection): OK Yes

No 0.05 g/210L Test # 1 0.047Date and/or Time Adjusted

0.08 g/210L Test # 1 0.077Minimum Sample Volume Check: OK

0.20 g/210L Test # 1 0.191Barometric Pressure Sensor Check: OK

0.08 g/210L Dry Gas Std Test # 1 0.081Alcohol Free Subject Test: 0.000 Yes

Interferent Detect Test # 1 INTMouth Alcohol Test: Slope Not Met Yes

Alcohol Free Test # 2 0.000Interferent Detect Test: Interferent Detect Yes

0.05 g/210L Test # 2 0.047Diagnostic Check (Post-Inspection): OK Yes

0.08 g/210L Test # 2 0.078Alcohol Free Test: OK Yes

0.20 g/210L Test # 2 0.1930.05 g/210L Test: OK Yes

0.08 g/210L Dry Gas Std Test # 2 0.0810.08 g/210L Test: OK Yes

Interferent Detect Test # 2 INT0.20 g/210L Test: OK Yes

Alcohol Free Test # 3 0.0000.08 g/210L Dry Gas Std Test: OK Yes

0.05 g/210L Test # 3 0.047

0.08 g/210L Test # 3 0.077

0.20 g/210L Test # 3 0.194

0.08 g/210L Dry Gas Std Test # 3 0.081

Interferent Detect Test # 3 INT

Remarks:

12/21/2020 12:17Data Download Date/Time

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.


