E0-00183% Liyg

Florida Department of Law Enforcement

hol Testi leohey FOL
Alcohol Testing Program o) 7 DL
f/
g
AGENCY INSPECTION REPORT - INTOXILYZER 8000 p"Og,»am
i
Agency: LAKE COUNTY SO Serial Number: 60-001238 5
Time of Inspection: 03:08 Date of Inspection: 12/09/2017 Software: 8100.27 i
[ Check or Test YES NO ;
Date and/or Time Adjusted i
No
Diagnostic Check (Pre-Inspection): OK é
Yes :
Alcohol PFPree Subject Test: 0.000 i
Yes !
Mouth Alcochol Test: Slope Not Met i
Yes ;
Interferent Detect Test: Interferent Detect
Yes i
Diagnostic Check (Post-Inspection): OK |
Yes }
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L !
Testo (g/210L) {g/2101) (g/210L} Dry Gas Std Test i
{g/210L) Lot#:201703A Lot#:201611B Lot#:201702R {g/210L) ;
BExp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:12716080A7
- Exp: 06/05/2018
0.000 0.049 0.078 0.200 0.078 :
0.000 0.049 0.079 0.200 0.078
0.000 0.049 0.079 0.201 0.077
) !
Number of Simulators Used: 5
Remarks:
|
i
i
g
E
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8! FAC.
I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector P t andy that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Co o CH —ASo __ CHESSHER / PITCHER
L 5 Signature and Printed Nama

12/09/2017 i

Date

FDLE/ATP Form 40— March 2004



FH-0012323 @in

Alcohol Testing Program

Afﬁt/

AGENCY INSPECTION REPORT

Agency: LAKE COUNTY SO
Time of Inspection: 21:47

Date of Ingpection: 11/03/2017

- INTOXILYZER 8000

Serial Number: 80-001238

Software: 8100.27

Check or Test YES NO
Date and/or Time Ad3justed
No

Diagnostic Check (Pre-Imspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspectiom): OK

Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L j
Test0 {g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201703A Lot#:201611B Lot#:201604C (g/210L)

Exp: 03/07/2019 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7

Exp: 06/05/2018
0.000 0.049 0: 079 0.198 0.078
0.000 0.049 0.079 0.198 0.078
0.000 0.049 0D.079 0.198 0.078

Number of Simulators Used: 5

Remarkeg:

The above instrument complies ( X

I certify that T hold a valid Florida Department of Law Enforcement Agency Inspector Pérmit
performed this inspection in accordance with the provigions of Chapter 11D-8, FAC.

/SOC‘f'\ — C&\?.‘B\

} does not comply (

) with Chapter 11D-8, FAC.

CHESSHER / PITCHER { /
7

nd that I

37

FDLE/ATP Form 40 — March 2004

9ignature and Printed Name

11/03/2017

Date

- Recg,
Florida Department of Law Enforcement . ~VEp

" 42017
‘4ﬂc0ht” TI:Z)LEP

estip
9 Pr,



B0 -C0I2ZT Go< @@

Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: LAKE COUNTY SO
Time of Inspection: 20:17

5@ )
ﬁap
'&bam

Serial Number: 80-001238

Date of Inspection: 10/25/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
L No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check {Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/21L0L Test 0.20g9/210L Test 0.08 g/210L
Test0 {g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 ¢c.047 0.080 0197 0.079
0.000 0.048 0.080 0.199 0.078
0.000 0.048 0.081 0.199 0.079

¥umber of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

L SO —
i Y L S PITCHER / CHESSHER<§£1;;;LM-:E1?>:?

Signature and Printed Name

10/25/2017
Date

FDLE/ATP Form 40— March 2004



Florida Department of Law Enforcement sz 5, )
: 17
Alcohol Testing Program Heoho, 7, DL
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "9 Prog o,

Agency: LAKE COUNTY S0
Time of Inspection: 11:20

Berial Number: 80-001238

Date of Inspection: 09/27/2017 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0,05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Tegt0 (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:127160080A

Exp: 06/05/2018
0,000 0.049 0,080 0.000 / 0.198 0.079
0.000 0.049 0.080 0.000 / 0.198 0.::079
0.000 0.049 0.080 0.199 / 0.198 0.079

Number of Simulators Used: 5

Remarks:
20: Control Outside Tolerance SIM NOT CONNECTED

@&:v‘ S B

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perforgped this inspection in accordance with the provisions of Chapter 11D-8, FAC.

p btg/b" BOWDEN / CHESSHER Seye~C S2o
i, llog/ ' -

Signature and Printed Name

09/27/2017

Date

FDLE/ATP Form 40 — March 2004



BO-W1838 @A

RE
Florida Department of Law Enforcement t/VED
Alcohol Testing Program

AUG 2 4 29y

A FDLE
‘%??hOITé
AGENCY INSPECTION REPORT - INTOXILYZER 800 Sting Pro
Agency: LAKE COUNTY SO Serial Number: B0-001238
Time of Inspection: 17:56 Date of Inspection: 08/23/2017 Software: 8100.27
-
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check {Post-Inspection): OK
L Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test0 {g/210L) {(g/2101n) (g/210L) Dry Gas 8td Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 0.050 0.080 0.199 0.078
0.000 0.049 C.080 0.199 0.078
0.000 0.049 0.080 0.199 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

ify that I hold a wvalid Florida De
ed this inspection in accordance

,,———eF*’y

i : Z
7

) does mot comply (

PITCHER / LUPPINO

) with Chapter 11D-B, FaC.

partment of Law Enforcement Agency Ingpector Permit and that I
ith the provisions of Chapter 11D-8, FAC.

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

08/23/2017

Date

granm;



Florida Department of Law Enforcement ., ,

@b §0-00133%

Alcohol Testing Program

4%QQVTRD(E

L0

333-
AGENCY INSPECTION REPORT - INTOXILYZER 8000 "0 Proge,
m

Agency: LAKE COUNTY 80
Time of Inspection: 18:05

Date of Inspection: 07/21/2017

Serial Number: 80-001238

Boftware: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imnspection): OK
Yes
Alcohol Free 0.05¢9/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test0 (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 0.048 0.080 0.199 0.079
0.000 0.048 0.079 0.199 0.078
Lp.OOO 0.049 0.079 0.198 0.079
Number of Simulators Used: S
Remarks:
The above instrument complies X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a v d Flor Department of Law Enforcement Agency Inspector Permit and that I
pexrformed thisigfpection in ace ce_with the provisions of Chapter 11D-8, FAC.

Mo : (437 PITCHER / LUPPING
';4/ Signature and Printed Name
07/21/2017
Date

FDLE/ATP Form 40 — March 2004



Florida Department of L.Law Enforcement

W0 ~01a3y R

Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: LAKE COUNTY SO

INTOXILYZER 8000

Serial Numbex: 80-001238

Time of Inspection: 11:31 Date of Inspection: 05/22/2017 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Teat 0.08 g/210L
Tastl (g/210L) {(g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R8 Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:12716080A7
Exp: 06/05/2018
0.000 0.045 0.078 0.196 0.079
0.000 0.047 0.079 0.198 0.078
0.000 0.047 0.079 0.199 0.079
Number of Simulators Used: 5

Remarks:

The above instrument

complies | X

) does not comply {

) with Chapter 11D-8, FAC.

I certify that I hold a walid Florida Department of Law Enforcoment Agency Inapector Permit and that I

performed t

Wl T

Wanl L

USe

on in accordance with the provisions of Chapter 11D-8, FAC.

MATTHEW BOWDEN / SANDRA CHESSHER

/z/vr —— it

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

05/22/2017
Date




. | v,
Florida Department of Law Enforcement %7 » P €0

1 Al e
Alcohol Testing Program Coney , FOY |
7‘@ 4 s |
N
AGENCY INSPECTION REPORT - INTOXILYZER 8000 91%%
. : m i
Agency: LAKE COUNTY 50 i Serial Number: 80-001238 :
Time of Inspection: 17:27 Date of Inspection: 04/27/2017 Software: B100.27 '
; |
Check or Test ’ YES NO i
Date and/or Time Adjusted E
No '
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes 1
Mouth Alcohol Test: Slope Not Met
; Yes
Interferent Detect Test: Interferent Detect !
Yes i
Diagnostic Check (Post-Inspection): OK i
I Yes N
Alcohol Free 0.05g/210L Test 0.08g/210L Tost 0.20g/210L Test 0.08 g/210L
Test0 (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:2016118 Lotf#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1766638
Exp: 11/05/2017
0.000 0.048 0.079 0.197 0.081
0.000 0.049 0.080 0.199 0.081
0.000 0.049 0.080 0.199 0.081
Number of Simulators Used: 5
Remarks: 5
}
|
The above instrument complies ( ¥ ) does not comply ( } with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement hgency Inspector Permit and that I
W d this inspectjon in accordance with the provisions of Chapter 11D-8, FAC.
4

/Al // SANDRA W CHESSHER},"-, g S Sy
FDLEATP Form 40 — March 2004

Signature and Printed Name

04/27/72017
Date



AGENCY INSPECTION REPORT -

8- 601233 @R

Florida Department of Law Enforcement

Alcohol Testing Program

Agency: LAKE COUNTY SO

INTOXILYZER 8000

Serial Number:

80-001238

Time of Inspection: 10:27 Date of Inspection: 06/29/2017 Software: 8100.27
Check or Test YES | NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check {Post-Inspection): OK

Yes

Alcohol Free 0.05g/210L Test 0.08g9/210L Test 0.20g/210L Test 0.08 g/210L
Testl (g/210L) (g/210L) (g/210L) Dry Gas 8td Test
(g/210L) Lot#:201603D Lot#:201611B Loti#:201604C (g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#i112716080A7

o Exp: 06/05/2018
0.000 0.048 0.079 0.199 ¢.079
©.000 0.048 0.080 0.199 0.079
0.000 0.048 0.079 0.199 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies { X ) does not comply (

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

pWorm&d thie ingpection in accordance with the provisions of Chapter 11D-8, FAC.

L)

(g

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

06/29/2017
Date

BOWDEN / CHESSHER \0”\__( Q‘_._._\__
/



R
Florida Depantment of Law Enforcement

$0-001 535 BF

Alcohol Testing Program

&
p>

AGENCY INSPECTION REPORT

Agency: LAKE COUNTY 80

Time of Inspection:

10:19

Date of Inspection: 03/31/2017

INTOXILYZER 8000

st

P(zsybgz)_

p ’s i

&km60/7~ﬁ12<£?
9

7o,
Serial Number: 80-001238 ghwn

Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test ' 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Testo (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611B Lot#:201604C {g/210L)

Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot$#:1766638
L Exp: 11/05/2017

0.000 0.048 0.078 0.197 0.081
0.000 0.048 0.079 0.197 0.080
C.C00 0.048 0.079 0.196 0.080

Number of Simulators Used: 5

Remaxrks:

The above instrument complies { X

) does not comply (

) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisione of Chapter 11D-8, FAC.

SANDRA W CHESSHER (2‘. }o.a,\.—gzleH)\“—
L

A Sl

A,

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

03/31/2017

Date




W-00133¢ g

REcg
Florida Department of Law Enforcement r, 3 72‘0’50

Alcohol Testing Program A
: Coh,
AGENCY INSPECTION REPORT - INTOXILYZER 80000,

Agency: LAKE COUNTY SO
Time of Inepection: 09:12

Serial Number: 80-001238

Date of Inspection: 02/27/2017 Software: 8100.27

Check or Test ) YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes B
Diagnostic Check (Post-Inspection): OK
_Yes
Alcohol Free 0.056/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test0 (g/210L) {g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#:201611R Lot#:201604C (g/210L)
Exp: 03/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:1766638
B Exp: 11/05/2017
0.000 0.048 | 0.081 0.198 0.080
0.000 0.048 0.080 0.158 0.080
0.000 0.048 0.080 0.198 0.081
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ¢ } with Chapter 11Db-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
rerformed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

T rpebin

SANDRA W CHESSHER $¢) @\ Con—1 30
Signature and Printed Name P

02/27/2017
Date

FDLE/ATP Form 40— March 2004




%0~ 00ta3g =N
Florida Department of Law Enforcement ., 5, 0
Alcohol Testing Program ey Foe 2017
oy,

Goyp:
AGENCY INSPECTION REPORT - INTOXILYZER 8000 st’”gpro’?
:r?n.

Berial Number: 80-001238
Softwazre: 8100.27

Agency: LAKE COUNTY BO

Time of Inaspection: 08:39 Date of Inspection: 01/30/2017

Check or Test YES NO
Date and/or Time Adjusted

Yes
Diagnostic Check (Pre-Imspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free

0.05g/210L Test

0.08g/210L Teet

0.20g/210L Test

0.08 g/210L

Tast0 (g/2101) (g/210L}) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201603D Lot#1201611B Lot#:201604C {g/210L)
Exp: 03/08/2018 Exps:s 11/15/2018 Exp: 04/05/2018 Lot#:1766638
Exp: 11/05/2017
0.000 0.047 0.078 0.198 0.081
0.000 0.048 0.078 0.197 0.081
0.000 0.048 0.078 0.198 0.081

Numbex of Simulators Used: 5

Remarks:
Time-Date changed.

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I cextify that I hold a valid Fldtida Department of Law Enforcement Agency Inspector Permit and that I
performed this imnspection in accordance with the provisions of Chapter 11D-8, FaC.

MHT}/;{M‘ZZ(WM;:/ SANDRA W CHESSHER }()O'tk (15>

Wr— ity

Signature and Printed Name

01/30/2017
Date

FDLE/ATP Form 40 — March 2004




