[O-003411 Qg
. RECEIVgp
Florida Department of Law Enforcement pg. 8 201
Alcohol Testing Program oy FOLE |
AGENCY INSPECTION REPORT -~ INTOXILYZER 8000 fégﬁng%ﬁrﬁm

Agency: FL HIGHWAY PATROL Serial Number: 20-003411
Time of Inspection: 11:58 Date of Inspection: 12/28/2017 Software: 8100.27

Check or Test 7 B ) - ML _YES i _No mf

| Date and/or Time Adjusted
I ¥
! Ho |
| biagnostic Check (Pre-Inspection): OK
| Yes
Alcghol Frae Subject Test: 0.000
! Yes ;
Mouth Alcobol Test: Slope Not Met i é
| Yos i ]
linterferent Detect Test: Interferent Detect i !
Yes i
CDiagnostic Check (Post-Inspection): OK
i Yes
R e e R e e S e S S e o e e e 3 i i
U Blcohol Freem | 0.05¢/210L Test | 0.08g/210L Test " | 0.20g/210L Test [008 g/2100
| Test | (g9/210L, (g/210L) | (g/210L) | pry Gas std Test i
1 {(g/210L) Lot#:201703A Lot#:291611R I Lot#: 2087621 j (a/210L)
| Exp: 03/07/2019 Exp: 11/15/2018 | Exp: U2/22/20109 | Lot#:a7ien
| i J | Bxp: 0¢ '
A R, SCRRS T E . e s B e A
| 0.G00 | 0.049 0.078 1 0.194 0.07¢
- ——— o 8 2 s - - i PR * - - - - S . - - - . o !
'u.uuu 1 0.049 0.07% L 0.196 Lo.073 ,
f ———— e R i RS S o M e ot ALt o e e e e A SRS AR R i - i 0
| 0.000 [ 0.049 0.079 [ 0,197 D.07¢ !
Number of Simulators dsed: 8
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC,

covtify~that M ho 5 vajld Florida Department of Law Enforcement Agency Inspectar Fermil and FRa! ]
P g Y

povforfod thiiﬂiiif?c%{gﬁ’ n accordance with the provisions of Chapter LiD-8, FAC.
/// e
— e TOSHUA € CABPR
/ Signature and Printed Name

P2728/2017
Date

FDLEATE Form 40— March 2004



T0-034 (1 s

Florida Department of Law Enforcement %oy, -

Alcohol Testing Program Alcon, . FDL g
e

bhg

P

AGENCY INSPECTION REPORT - INTOXILYZER 8000 ngam

Agency: FL HIGHWAY PATROL Serial Number: B0-003411

Time of Inspection: 12:36 Date of Inspection: 11/12/2017 Software: 8100.27

| Check or Test ; | YEs ! NO

| Date and/or Time Adjusted j g |

5 | | No

b e i e S b g A—; I — H i

| biagnostic Check (Pre-Inspection): OK | |

. Yes |

. Alcohol Free Subject Test: 0.000 §

; ) . | BEs . |

| Mouth Alcohol Test: Slope Not Met ; f

| Tnterferent Detect Test: Interferent Detect ‘ Q

| Yes : |

| Tt - N - i —— it 1

| Diagnostic Check (Post-Inspection): OK E ! '

| 7 . Yes | .

| alechol Free 0.05g/210L Test | 0.08g/210L Test 0.209/210L Test To.os g/210n

| Test (g/210L) (g/210L) (g/210L) | Dry Gas std Toest

L (g/210L) Lot#:201703A Lot#:201611B | Lot#:2017021 (g/210L) !

f Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 tot#:=d77627 ;
| Exp: 06/ 219 |

o vy S NI S : e pBEET. PR GG e Bd)

| 0.000 0.049 0.078 0197 0.078 l

10.000 0.050 0.079 0.198 0.078

o —— _ e T LR {

| 0,000 0.049 0.078 0.197 0.077 1

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.

orida Department of Law Enforcement Agency Inspector Permit and that I

W e JJOSHUA C CAMPBELL
Signature and Printed Name
11/12/2017

Date

FDLEATP Form 40 = March 2004



RO-tO34( [ KPR RE

Florida Department of Law Enforcement

(:EFIDZSZ)

L‘/).‘C‘f 3
. 20/
Alcohol Testing Program R /
Alcop,, T DLg
AGENCY INSPECTION REPORT - INTOXILYZER 8000 St-’ngproq
L QWn
Agency: FL HIGHWAY PATROL Serial Number: 80-003411
Time of Inspection: 21:35 Date of Inspection: 10/03/2017 Software: 8100.27
Check or Test | yes [ wo
Date and/or Time Adjusted
N R . N
Diagnostic Check (Pre-Inspection): OK
| Yes | N
Alcohol Free Subject Test: 0.000
- i A Aes
Mouth Alcohol Test: Slope Not Met
(.. N S,
Interferent Detect Test: Interferent Detect
Yes |
Diagnostic Check (Post-Inspection): OK
- Yes » o
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g9/210L Test 0.08 g/210L 1
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201703A Lot#:2016118 Lot#:2017028 (g/210L)
Exp: 03/07/2019 Exp: 11/15/2018 Exp: 02/23/2019 Lot#:477627
i - Exp: 06/29/2019
0.000 0.049 0.078 0.196 0.078
0.000 0.050 0.078 0.197 0.078
0.000 0.049 0.078 0197 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ({ ) with Chapter 11D-8, FAC.

Inspector Permit
FAC.

hold a valid Florida Department of Law Enforcement Agency

T ‘eertify that I
S ccordance with the provisions of Chapter 11D-8,

performed i

R B __JOSHUA C CAMPBELL
Signature and Printed Name

10/03/2017

Date

FDLEATP Form 40 - Mareh 2004

and that I



%C* DO R RECE’VED
Florida Department of Law Enforcement s g,
Alcohol Testing Program FDLE

* B Alcohgy Testing Prograps;
AGENCY INSPECTION REPORT - INTOXILYZER 8000 H

Serial Number: 80-003411

Agency: ¥Fl. HIGHWAY PATROL
Time of Inspection: 21:40 Date of Inspection: 09/07/2017 Software: 8100.27
| Check or Test - .| yBs | ‘w0
| Date and/or Time Adjusted |
e S o o e W —
| Diagnostic Check (Pre-Inspection): OK | j |
| Aleohol Free Subject Test: 0.000 - 4
? | Yes f
| Mouth Alcohol Test: Slope Not Met “ i g
| Interferent Detect Test: Interferent Detect E l
| Diagnostie Check (Post-Inspection): OK g

| Yes |

Alcohal Free | 0.05a/210L Test | 0.08g/210L Test 0.209/210L Test | 0.08 g/210L
Tast (g/210L) (g/210L) (g/210L) i Dry Gas Std Test
| (g/2i0L) | Lot#:2017G3A Lot#:2016118 Lot#:20170:n i (g/21i0L)
! L Exp: 03/07/2 Exp: 11/15/2018 Exp: 02/23/2019 { Lotk:477627
| ¢ 1 ] e | - B
| 0.000 1 0.048 0.078 0.195 0.078 !
R e Y IR - e e F
iu.nnu | 0.048 0.078 0.195 !e} 079 J
| 0.000 | 0.048 0.078 | 0.194 0.079 |
S, i b g st - —_—
Number of Simulators Used:
HRemarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I cortify that 1 lid Florida Department of Law Enforcement Agoney Inspector Pormit and that I
performed q flance with the provisions of Chapter 11D-8, FAC.
JOSHUA € CAMPRIL

ngnaturémig& Printed Name

f2017¢
Date

09,07

FDLEATE Form 40 — March 2004



BOo-0034 1t G

L RECEIVEp
Florida Department of Law Enforcement g, -
DL

Alcohol Testing Program PR
qmmﬂ%m
INTOXILYZER 8000 g P

AGENCY INSPECTION REPORT ar;

Agency: FL HIGHWAY PATROL Serial Number: 80-00341]

Time of Inspection: 03:26 Date of Inspection: 08/24/2017 Software: 8§100.27
' Check or Test o YES | NO
' Date and/or Time Adjusted | |
i ' | No !
§ 5 q - . e e w ———— ,,,:.._,,,‘.,V, SRS e e o e PO —— o 4 s i - 1
! Diagnostic Check (Pre-Inspection): OK : ; |
i | Yes i B ,
i Alcobol Free Subject Test: 0.000 3
i Yes |
R S | : i
' Mouth Nlcohol Test: Slope Not Met i | :
| ves | j
Tuntevferent Detect Test: Interferent Detect ' ‘
¢ Yes i
P : 5 i o : R e A . | —
' Diagnostic Check (Post-Inspection): OK i
S Atcohal Froe ‘E 0.05g/210L Test | 0.08g/210L Test " 0.20g/210L Test %'Efba g/210L
| Test { (g/210L) (g/210L) (g/210L) j Dry Gas 5td Test
| (g/2101.) | Lot#:201603D Lot#:2016118 Lot#:2017021 | (g/210L) i
l | Exp: 03/08/2018 Exp: 11/15/2018 Exp: 02/23/2019 | 29 !
| ? | ZELER :
| 0,000 L 0.076 / 0.046 | 0.077 0.191 B i
. 1. S il el T t e o
1 0.000 {0.076 / 0.047 | 0.077 0.191 l0.078 |
- - " S . B, S - o = i - ; = i
| 0.600 | 0.076  /  0.047 | 0.077 1 0.19] Lo.078 t
Mumber ot S:mulators Used:
femarks:
i 1 ITHSTH OF 05, USED WRONG SIM ON THIS TEST.
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I cervify that I hold a id Florida Department of Law Enforcement Agency Inspector Permit and that |
pevformed this 1 n accordance with the provisions of Chapter 11iD-8, ¥AC.
I0EHUA C CAMPBRITLT

Sl§ﬁétuﬁeggﬁd Printed Name

N8/24/2017
Date

FIMEATE Form 40 - March 2004



V0 -v03dil & &
. s ey
Florida Department of Law Enforcement /U g,
Alcohol Testing Program Alcony,  FOL &

AGENCY INSPECTION REPORT - INTOXILYZER 8000 7 Progreyy

Agency: FL HIGHVWAY PATROL Serial Number: 80-003411L
Time of Inspection: 18:58 Date of Inspection: 07/31/2017 Software: 8100.27

! Check or Test YES ~ NO
L i B et e e et et} : i &
' Date and/or Time Adjusted i i !
; No J
' Diagnostic Check (Pre-Inspection): OK | f
i } Yes i
% Alcchol Free Subjec i
i E Yes i
i Mouth Alcohol Test: Slope Not Met |
| Yes | !
| Interferent Detect Test: Interferent Detect | |
| L ves ;
‘ Diagnoestic Check (Post—_ln-sp-eétic-iﬁ“)- : OK ; i
i
yes :
{ Alcohol Frec ] 0.059/210L Test 0.08q/210L Test | 0.20g9/210L Test |""'E}".'6'z;' g/zloL |
Test [ (g/210L) {g/210L) (g/210L) | Pry Gas Std Test !
ELg/210L) | Lotk 201603D Lot#:2016118 Lot#: 2016040 | (g/2i01) i
' { Exp: 03/08/2018 | Exp: 11/15/2018 Exp: 04/05/2018 P LotE: 47707 |
i | ELEUEN I,
0L 000 | 0.048 0.079 0.195 1
0000 {0,040 0.079 0.196
1 0.000 ;El}.{ME% 0.079 3 o e o
Linnimmmmin s il iors e i . I -

Number of Samulators Used:

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

lorida pepartment of Law Enforcement Agency Tnspector Permit and that I

Y certify ¥
dccordance with the provisions of Chapter 11D-8, FAC.

performed this

S R ' ‘Signéture and Printed Wame

07/31/72017
Date

IOSHUA C CAMPRELI

FIELATE Form 20— March 2004



B0-o03d Il R

Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT

Agency: FL HIGHWAY PATROL Serial Numher: 80-003411
Time of Inspection: 21:06 bDate of Inspection: 06/27/2017 Softwave: 8100.27

! Check or Test ‘ - B YES NO

' Date and/cr Time Adjusted - R T
' Diagnostic Check -(.P_rt_:a_i-nspection) : OK o - G T

! Alcchol Fre@-éﬁﬁgéct Test: 0.000 - I " i

L yes |

| Mouth Alcohol Test: Slope Not Met ' ' i

| Yes

; Interferent Detect Test: Interferent Detect ' ’ N

! Yes

' Diagnostic Check (Post-Inspection): OK - - -

.‘ i Yes .
Alcohol Free ’ 0.059/210L Test 0.08q/210L Test 0.20q/210L Test [0 08 /2101 o
Test | tg/210L) (g/210L) (g/210L) ! pry Gas Std Test

(g/210mL,

! Lot#: 2014030

Lot#:2016118

Loth: 2016040

i (g/210L)

i

| Lot#k:a77627

Exp: (03/08/2018 Exp: 11/15/72018 Exp: 04/0572018
. .() 000 E 0.048 ) (L 079 L 0.194 N ! ({—:\lin & ’J kif' i U t
. _jo.0ae  jo.o78  |0.195 __|0.000 s 0.079
f)?f)ﬂ { 0.047 0.078 0.195 7u¢:k? Ej’_gmr'mo 979

Number of Simulators Used:

Remarks:

b Onnky Mutside Tolerance.
The above iastrument complies ( X ) does not comply ( y with Chapter 11D-8, FAC.
I certify that 1 hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

¢ provisions of Chapter 11D-8, FAC.

-

performed this inspection in accordance?u. 4
= R Bl e oot D

ALATHN HI'[H}:’\EH' [

06/27/72017

Date

FODLEATE Form 40 — Mareh 2004



W -003411 @

Florida Department of Law Enforcement  myy , T
> ey

Alcohol Testing Program Atconyy . FOLE
0

AGENCY INSPECTION REPORT - INTOXILYZER 8000 gprggfgm

Agency: FL HIGHWAY PATROL Serial Number: 80-003411
Time of Inspection: 20:42 Date of Inspection: 05/27/2017 Software: 83100.27
| Check or Test -  YES | NO !
| Date and/or Time Adjusted ! ! ;
| W ]
| Diagnostic Check (Pre-Inspection): OK | { |
| Alcohol Free Subject Test: 0.000 ! | f
S N : e EES ! |
i Mouth Alcohol Test: Slope Not Met 1 i
! | Yeos
| Interferent Detect Test: Interferent Detect |
. Diagnostic Check (Post-Inspection): OK !
SO—— . |
| AMeohol Free 0.05g/210L Test 0.08Bg/210L Test | 0.20g/210L Test ;
i Test (g/210L) (g/210L) fg/210L} bry Gas Std Test
L {92001 Lot#: 20160130 Lot#:201611R Lot#:2016040 {g/210L) i

Exp: (3/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 Lot#:a77627 |
; D.O0o | 0. 048 0.078 0.194 0.079 |
| p.000 lo.048 0.078 0.195 0.079
[ .000 [0.047 ¢.077 0,195 0.079
Number of Simulators Used: 5
Remaorks:
The above instrument complies ( X ) does not comply { ) with Chapter 11b-8, FAC.
1 certify that lgwida Department of Law Enforcement Agency inspector Permit and that
performe brdance with the provisions of Chapter 11D-8B, FAC.

) JOSHUA C CAMFBELL -

Signature and Printed Name

0572772017

Date

FDLEIANTE Formg 460 - March 2004



KO- 003411 BR

Alcohol Testing Program Veone, » FOL

AGENCY INSPECTION REPORT - INTOXILYZER 8000 "9%%
73

Agency: L HIGHWAY PATROL Serial Number: E0-003411
Time of Inspection: 21:43 Date of Inspection: 04/28/2017 Software: £100.27
| Check or Test ' - { | NO
" Date and/or Time Adjusted
] L Ho
- Diagnostic Check (Pre-~Inspection): OK % {
. Yes | )
. Alcohol Free Subject Test: 0,000
: ves -
. Mouth Alcohol Test: Slope Not Met
i Yes
Interferent Detect Test: Interferent Detect
i ! Yes :
i Diaguoestic Check (Post-Inspection): OK ;
Yes i
Alcobol Free | 0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test | 0.08 g/210L
Test | (g/2i0L) (g/210L) (g/210L) | pry Gas Std Test
(g/210n) | Lot#:2016030 Lot#:2016118B Lot#:201] < | {g/210L)
| Exp: G3/08/2018 Exp: 11/15/2018 Exp: 04/05/2018 P Lokfi 477827
i | Exp: rl e ]
i e el S e o e f -
1 0.048 0.077 0.194 | 0.078
L 0.000 [ 0.048 0.078 0.196 0. 078
| 4 % oot R e sy ekl e B i AR L
[ 0.000 1 0.049 0.079 0.196 0.079

Mumber of Simulators Used:

Remarks:

‘he above instrument complies ( X ) does not comply ( ) with Chapter 1iD-#, FAC

Florida Department of Law Enforcement Agency inspector Permil and that

ccordance with the provisions of Chapter 1iD-8, FACT,

I ocertify

per formpd

i hold a vg
nspeocti ir

g S AMPREN L

Signature and Printad Name

0472872011
Date

FLEEATP Form b March 2004

1



BO- 34t (R

Florida Department of Law Enforcement
Alcohol Testing Program

Fq)LEF

Iqa:cubow T'

AGENCY INSPECTION REPORT

INTOXILYZER 8000

€stin

Agency: FL HIGHWAY PATROL Serial Number: 80-003411
Time of Inspection: 20:54 Date of Inspection: 03/20/2017 Software: 8100.27
' Check or Test YES | NO
| Date and/or Time Adjusted
| - ] | No
' Diagnostic Check (Pre-Inspection): OK
; Yes
| Alcohol Free Subject Test: 0.000 ‘ ;
| Yes B
| Mouth Alcohol Test: Slope Not Met
! Yes - -
| Interferent Detect Test: Interferent Detect
! Yes ]
?niagnostic Check (Post-Inspection): OK i

Yes { ,”E
| Alcohol Free 0.05g/210L Test 0.08g/210L Test [ 0.209/210L Test | 0.08 g/iloL |
| Tost (g/210L) {g/210L) | (g/210L) Pry Gas Std Test |
| (g/210L) Lot#: 016G Lot#:201651N § A1 4¢ (g/210L) {
! Exp: U3/08/2018 Exps (1/15/2018 | Exp: gd4sa5/2018 Lot#:477627
| | Lexp: o6/assame, |
} 0.000 0.052 0.078 10.193 0.085 :
{ R ——— == T E— _ - i o 1
{ﬁ.f){m 0.051 0.079 5}0.191 0. 085
b L s LB R e fumEe ol e i SRPE————
10,000 0.051 0.079 | 0.199 0.084 |
Number of Simulators Used: &
Remarks:
The above instrument complies ¢ X ) does not comply ( j with Chapter 11D-8, FAC,

I certify that

- 7
-

WV

I_hold a valid Floc Department of Law Enforcement Agency
performed this inspéction in acco ance)with the provisions of Chapter 11D-8, FAC.
fez=

Signature and Printed Name

F20/2017

Date

FDEEATE Form 30— March 2004

Inspector Permit and that 1

: 7
JOSHUA € CAMEBEI ‘\‘."/TFY.‘/"J\ [—fcff,;{iﬁi‘i?’!',j/



B0-003411 R

REcg,
Florida Department of Law Enforcement 73 5,

2017

"9 Pr, Sran,

Alcohol Testing Program Al F
g; g; €N31n3,719'£%L£5
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-003411

Time of Inspectiom: 22:52 Date of Inspection: 02/27/2017 Software: 8100.27

;Che?k or Test o - NWMEES "“"jﬁ;wm

| Date and/or Time Adjusted

b L B L No

| Diagnostic Check (Pre~Inspection): OK
o - ) | Yes e
Alcohol Free Subject Test: 0.000
R I o R fes |
Mouth Alcohol Test: Slope Not Met
. S . Yas —
Interferent Detect Test: Interferent Detect

| Yes ’

. Diagnostic Check (Post-Inspection): OK |

i | Yes

S — - "5 e .

[ Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L ]
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:201507A Lot#:201601F Lot#:7201604C (g/210L)

Exp: 07/14/2017 Exp: 0Ol/26/2018 Exp: 04/05/2018 Lot#:477627

[ B S o | Exp: 06/43/2013
0.000 { 0.050 0.080 0.198 0.080
0.000C !0.050 0.080 06.3199 0,079

= [ A WS R— SO I
¢.000 IO.(]SD 0.079 0.199 0.080
Number of Simulators Used: 5 -
Remarks:
TOO MUCH M/A.
The above instrument complies ( X ) dees not comply { } with Chapter 11D-8, FAC.

I certify that. I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this i speg}&of:;n’accordance with the provisions of Chapter 11D-8, FAC.

{ 4

L

FDLEATE Form 460 - March 2004

02/27/2017
Date

JOSHUA ¢ CAMPBEL

Signature and Printed Name

VED



80 - 034!

Florida Department of Law Enforcement 2

S

RE CEI VED
2017

. F,
Alcohol Testing Program Alconey DL g
Ssting p,
(o]
AGENCY INSPECTION REPORT - INTOXILYZER 8000 Oram,
Agency: FL HIGHWAY PATROL Serial Number: 80-003411
Time of Inspection: 22:36 Date of Inspection: 01/25/2017 Software: 8100.27
| Check or Test - ) ' | ¥es | no
| Pate and/or Time Adjusted J
| SR .
' Diagnostic Check (Pre-Inspection): OK
! Yes |
| Alcohol Free Subject Test: 0.000
t Yes |
{Mouth Alcohol Test: Slope Not Met :
} .| Yes_ I i
Interferent Detect Test: Interferent Detect |
| Yes | ]
| Diagnostic Check (Post-Inspection): OK { |
| ¥Yes |
[ Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test [ 0.08 g/2101
| Test (g/210L) (g/210L) (g/210L) | Dry Gas Std Test
| (g/210L) Lot#:201507A Lot#:201601F Lot#:201604c | (g/210L)
| Exp: 07/14/2017 Exp: 01/26/2018 Exp: 04/05/2018 | Lot#:477627
!,,Aﬁ o . S | Exp: 06/29/201 _
J 0.000 0.049 0.079 0.197 0.079 -
0.000 0.050 0.079 0.198 O.QTD B .
’c.x.ooo 0.049 0.079 0.198 0.078 )
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

T

I certify ##at~\1 ho
perforr Lhii/Qn;

Signature and Printed Name

0425
Date

2017

FDLEATE Form 40 — March 2004

JOSHUA

4 _valid Florida Department of Law Enforcement Agency Inspector Permit and that
ioh in accordance with the provisions of Chapter 11D-

8, FAC.

¢ CRMPBELT



