FOLE

INSTRUMENT PROCESSING SHEET

Agency Valparaiso PD

s/N 80-000742

Florida Department of pate 1n 10/27/17

Law Enforcement

e

DI Completion Date zg’?/gsz‘Z Qship Ap/u &H/D Qcwmi QEE

Intake

Performed By ., 0o

Quality Checks

Performed By W,U"ﬂ !

Flow Calibration Performed By

U Annual
( Registration
O Return from CMI / EE

Visual Inspection:

A& Breath Tube Screen
£ Replace External O-Rings
& Instrument Set Up Verified

A R-Value 2%

® Flow Verification {L/s)

Flow Column #
Q 5L/min = 17mm
Q 15L/min -53mm
O 30L/min = 103mm
O R-Value

U Case O Handl
& Keyboard o Dra;G:S Shelf Flow Column # /‘ TP 0% O Post Calibration Verification (L/s)
- v d 32 mm 4% (.139-.169) | Flow Column #
o Feet Breath Tube) T
G Ports & Seews Tight 36 mm v I6H (.156 - .190) 32 mm (.139-.169)
_ . 53 mm ) 3 Y (.228-.278) | 36mm (.156 - .190)
Other Equipment/ Accgssones: 103 mm . 51D (.447 - .547) E3mm (.228 - .278)
U Power cord  Q Printer Cable O Barometric Pressure Check 103 mm (.447 - .547)
QstaticBag 0 12V DC Cable GaugeID# 2342
Notes: 3 stability Checks Maintenance _ Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
U Dry Gas Regulator Replacement
.00 6&8 25 ‘gg)/’] ? ’]‘? U Breath Tube Replacement
Final Release Date 0.080 = o Q Other
' DRi79 '4 D] 7;) 1E Temperature Checks Performed By
T [a5]19 & Lab Temp °C a4
g SDIBAE JO | 707C, External Digital Therm. ID#: SCOS0 Y
OCT 31 2017 oo | 7/5] (3 B34°C+-2 Serial #: 54&;9_
0.080DGS | N/A 5636605 834°C+-2 Serial #: DR 079
/59/i¥ ®34°C+2 Serial#: SDIG4S
Calibration Adjustment Performed By Department Inspection Performed By _[M
Barometric Pressure Gauge ID # Barometric Pressure ID# 234491 _ .
Simulator Serial Number | Lot Number | Expiration Gauge __ | D14 Instrument __J 017/
0.000 N/A N/A Mouth Alcohol Solution Lot # L 016
0.040 Acetone Stock Solution Lot# _ 017 - R
0100 Simulator Serial Number
0.200 0.000 GAERO
: Interferent CIZHEB
0.300 0.050 G835
0.080 DGS | N/A 0.080 DR;’QL7?_
Q Post Calibration Adjustment Stability Checks 0.200 SpDinasS
Simulator Serial Number | Lot Number | Expiration Aitachinents
0.050 & Form 41 O Flow Calibration
0.080 Bd Stability Checks O Form 40
0.200 U Calibration Adjustment O Other
0.080 DGS N/A O Post-Stability Checks

Notes/Suggested Service:

& Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC

& Return to/Place into Evidentiary Use
0 Remain Out of Evidentiary Use

B conduct an Agency Inspection Before Evidentiary Use

(W,C;Lﬁ /347 JAQVQ'ﬂW\ “"3’_"7

Tech Review / Datd

ddmin Review / Date

FDLE/ATP Form 48 October 2017

Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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URLPARAISD £D
Intoxilyzer - Alcohol Analyzer

Mode! 8000 SN 80-000742
107272017

Softuare: 8100.27

Test g/210L Tine
Rir Blank 0.000 10:05
Control Test 0.043 10:08
8ir Blank 0.000 10:08
Control Test 1,050 10:07
fir Blank 0,000 10:07
Control Test 0.049 10:08
fir Blank 0.000 10: 08
Control Test Stats

Auerage 0.0493

Std Deu 0.0006

Rel Std Deu(%)  1.1703

.. AN
Operator’s Sighatue” )

UBLFARRISO PD
Intoxilyzer - Rlconol Analyzer

Model 8000 SN 80-000742
1072772017

Softuare: 8100,27

Test g/2llL Time
Rir Blank 0.900 10:14
Control Test 0.080 10: 14
Air Blank 0.000 10:15
Control Test 0,080 10:15
Rir Blank 0.000 10:15
Control Test 0.081 10:16
fir Blank 0.00D 10:16
Control Test Stats

Auerage 0.0800

Std Deu 0.0000

Rel Std Deul%) 10.0000

DEs
7

Operator’s Sighatyre

UALPARRISO PO
Intoxilyzer - Rlcohol Analyzer

fiodel 8000 SN 80-000742
107272017

Software; 8100,27

Test g/210L Tine
Rir Blank 0.000 10:00
Control Test 0.082 10:01
Air Blank 0.000 [0:01
Control Test 0,08 10:02
Rir Blank 0.000 10:03
Control Test 0.082 10:03
Rir Blank 0,000 10:04
Control Test Stats

Ruerage 0.0817

Std Dev . 0.0008

Rel Std Deu(2) 0.7070

Operator’s Sighatu

UALPARAISO PD

Intoxilyzer - Alcohol Analyzer

fode] 8000 SN B0-000742
10722772017

Software: 8100.27

Test g1l Ting
Rir Blank 0.000 09:54
Control Test 0.201 (8:55
Rir Blank 0.000 09:55
Control Test 0.202 03:56
Air Blank 0.000 09:5%
Contral Test 0.204 09:57
Air Blank 0.000 09:58
Control Test Stats

Auerage 0.2023

5td Deu 0.0015

Rel Std Deu(%) 10.7550

Operator’s $igna




FIOLE

INSTRUMENT PROCESSING SHEET

L vgans? T

Agen cy\; N r

S/N 0 - XY 2

Alcohol Testing Program

Datein /22 /|7

Date Out -5/01?/ 0/7

Sship Qp/U OH/D Qcmi DEE

intake Performed B{ 3 3(.~ [ Quality Checks Performed By EP(VD" | Flow Calibration Performe _
O Registration T & Breath Tube Screen &  Flow Calibration N/A %O
& Annual & Replace O-Rings O Flow Calibration Complete @/I/
B Return from CMI Instrument Set Up Verified Flow Column # 4//’3 &
O Return from Enforcement @ R-Value Y QO 5U/min ﬂ%?omm 2 0
Electronics B Flow Verification (L/s) QO 15/min - 5% 0‘)2@?
O Other Flow Column #_ATP 10 8. O 30./min - 103mrﬁ¢,-
Visual Inspection: 32mm _ /42 (139-.169) | @ R-value
@f\ Case Ol4Handle 36mm __, }5 ¥ (.156-.190) | @ Post Calibration Veruflcatlon {L/si
o Dry GasHolder _©Ol Feet S53mm __. 50 (.228 -.278) Flow Column # “h
Keyboard/Plug  (J< Back/Plugs 103mm _ 5 17 (447 -.547) 32mm (139 -.169)
Screws tight OV Breath Hose | @ Barometric Pressure Check 36mm (.156 - .190)
Gauge ID#_3 43 | 53mm (.228-.278)
Other Equipment: & Stability Checks 103mm (447 - .547)
D Power cord Simulator Serial # Lot #/E)\'p
Printer Cabie x-‘ , 0.05 e o |20/603] | | Maintenance  Performed By
QiOther zhe 24 & DRSO 2 e liw Q  Battery Replacement
J 0.08 Rl LAOIEDIE U Dry Gas Regulator Replacement
S05 1 /9¢ /i= | | @ Breath Tube Replacement
Notes: 0.20 _ . 2012 o0 O Other
SDIOAT ZLjé’ /%C | Suggested Service
0.08DGS | N/A RE blému)
2/33 [ig
Optical Bench Calibration Performed By Department Inspection Performed Bvﬂ%@ "
B Optical Bench Calibration N/A & Barometric Pressure ' 1090 Gauge
Q Optical Bench Calibration Complete Io# 234l 1032 Instrument |-
Barometric Pressure Gauge 1D #
Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # S0 = H
0.000 N/A N/A Acetone Stock Solution Lot # A0je-8B
0.040 Simulator Serial Number
0.100 0.00 SDi0lYg
Interferent Shijo}
- 0.08 CO3944
0.080 DGS | N/A 0.20 . SDIp35
O Post Calibration Stability Checks ;
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 8 forma1 Q Optical Bench Cal
0.08 & Pre-Stability Tests Q  Post-Stability Tests
0.20 O Flow Calibration Q other
0.08 DGS N/A J
| Notes: Oaloe pl s;}fj H Instrument Complies with Chapter 11D-8, FAC
Wil Q instrument Does Not Comply with Chapter 11D-8, FAC
8 Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use -
7 OF Conductan Agency lnspectmn Before Ewdentrarv Use
z A /
= /‘c(ﬁ’/,/éc/éﬁ?’/ 5/“?:///7
Date

Quality Control Review

Revised November 2012



URLPARAISD PD
Intoxilyzer -

Rlconol Analyzer
SN 80-000742

Model 8000

013/2372017

Software: B100.27

Test g/210L

Air Blank 0,000

lontrol Test 0.049

8ir Blank 0.000

Control Test 0.043

Air Blank 1,000

Control Test 0.048

Rir Blank 0.000

Control Test Stats
Ruerage 0.0490
Std Dev £.0000

Rel Std Dew(4) 0.0000

URLPARRISD PO

Intoxilyzer - 8lconal Analyzer

Model 8000
03/23/2017
Softuare: 8100.27

SN 80-000742

Test g7210L Time
Air Blank 0.000 09:4

Control Test 0.079 09:47
Air Blank 0.000 0948
Control Test 0.08! [9:48
Bir Blank 0.000 [9:48
Control Test 0,08 09:49
Rir Blank 0.000 09:43
Contral Test Stats

Alerage 0.0803

Std Dey 0.0012

Rel Std Dev(%)  1.43%4

D6

Operator‘s Sfuﬁé}g;é

UALPARAISD PO

Intoxi lyzer - Alcohol Analyzer

Mode! 8000

0372372017

Softusre: 810027

Test g2lL

Air Blank 0.000

Control Test 0,08l

Air Blank 0.000

Control Test 0.079

Air Blank 0.000

Control Test 0.080

Air Blank 0,000

Control Test Stats
Auerage 0.0800
Std Deu 0.0010
Re] Std Deut®) 1.2500

Operator’s 1gn

SN 80-000742

UALPARAISO PD

Intoxilyzer - Alcohol Analyzer
SN 80-000742

fade! 8000
1372372017
Softuare: 81007

Test g2llL
Air Blank 0.000
Control Test 0.200
Rir Blank 0.000
Controi Test 0,200
Air Blank 0.000
Control Test 0.200
Air Blank 0.000
Contral Test Stats
Ruerage 1.2000
Std Dev 0.0000

Rel Std Dev(%)  0.0000

Q.Y wply

dperator’s Aighatyl



