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: Agency
Alcohol Testing Program

INSTRUMENT PROCESSING SHEET

Date In 3“&1an7

S/N

%0-00094Y

Date Out 31 Ql&DIZ Qship  QP/U Clm/o Qcmi Qe

Intaka

Performed By DE44 | Quality Checks

Performed 3y DEAL | Flow Calibration Performed By%:

D/aroath Tube Screen

Flow Calibration N/A

5/1/5. A

| - Registration
' ¥ Annual ! ]}/ eplace O-Rings l Q Flow Calibration Complete W,
"3 Return from CM| Q/;strument Set Up Verified Flow Celumn # '4'?26?
O Return from Enforcement R-value 9% Q sU/min=-17mm 2[7/‘;
Electronics Flow Verification {L/s) O 15¢/min-53mm C‘O/,O PD[
O oOther Flow Column #_A !ﬂ fol aQ 30L/min-103mm @8:‘,;,’ &
Visual Inspection: 32mm-/Sg) (139-.169) | Q Rvale b 0y
Case Ol Handle 36mm, ) 28~ (.156-.190) | Q Post Calibration Verification (L/s) m
O ory GasHolder D Feet S3mm. A4l (.228-.278) Flow Column #
O Keyboard/Plug O Back/Plugs 103mm SD3  (.447 - .547) 32mm (139 -.169)
0K screws tight O Breath Hose Barometric Pressure Check 36mm {.156 - .190)
Gauge ID # 53mm (.228 -.278)
Other Equipment: Stability Checks 103mm (.447 - .547)
O Power cord Simulator | Serfal # Lot #/Exp _
00 Printer Catile 0.05 20103D | | Maintenance Performed By
Q Other $D 3967 ) O Battery Replacement
0.08 i £ || Q DryGasRegulator Replacement
$0249¢6% &‘D e Q Breath Tubi Replacer:ent
Notes: 0.20 Jd _Other
$D 3969 | Suggested Service
0.08 DGS N/A
' Optigal Bench Calibration Performed By Department Inspection Performed By Dc_'l&__
@ Optical Bench Calibration N/A Barometric Pressure _ 1026 Gauge
J Optical Bench Calibration Complete ID#_t_gg_fc]_ci___ _lQab*mstrument
Barometric Pressure Gauge ID#
| Simulator | Serial Number | Lot Number - | Expiration Mouth Alcohol Solution Lot # _ 01 (-
0.000 N/A N/A Acetone Stock Solution Lot # -
0.040 -Simulator | Serial Number
0.100 2.0 SD 3966~
s Interferent SO 3504
: 0.05 SD 3942
0.400 0.08 - 15D 396%
0.080 DGS | N/A 020 SD 3944
O Post Calibration Stability Checks
Simulator | Serial Number | Lot Number | Expiration Attachments T T
0.05 : ® _Form 41 Q Optical Bench Cal
0.08 MPre-Stab:lrty Tests Q Post-Stability Tests
0.20 O Flow Calibration Q Other
0.08 DGS N/A
Notes: - _,'L D7 instrument Complies with Chapter 11D-8, FAC
i 0 )nstmrnent Daes Not Comply with Chapter 110-8, FAC
OR /DF QG0 3/a .5./4@; 2 @ Return to/Place inta Evidenttary Use - -
: O Remain Out of Evidentiary Use - A
ED/ Conduct an Agency Inspectlon Before Ewdentiarv Use )

AN W

?’/92 P/77

Quality Control Review

/" Date
Revised November 2012
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