FDLE

INSTRUMENT PROCESSING SHEET

Agency Pasco County Sheriff's Office

s/N 80-001049

Alcohol Testing Program

Date In 1 0{04/201 7

Date out 10/04/2017

dship Qp/u OH/D Qcmi OEE

P R

Intake Performed By { € | Quality Checks _Performed By__@é: Flow Calibration Performed By
O Registration o o Lab Temp °C 22.0 @ Flow Calibration N/A
o Annual W Breath Tube Screen O Flow Calibration Comple "hCl
W Return from CMI W Replace External O-Rings Flow Column # é’ji/ L.
U Return from Enforcement d Instrument Set Up Verified Q sSi/min-17mm /), 'f:’
Electronics o R-Value 204 Q 15u/min-53mm /g
d Other o Flow Verification (L/s) a 30L/min£ i m ,.f.b o4 4)0/:‘)'
Visual Inspection: Flow Column # ATP 102 O R-value o T@W,'ﬁff
_V_Case ¥ Handle 32mm 0.167  (.139-.169) | O Post Calibration Verificati‘oH@/Agr
__DryGasHolder _ Feet 36mm 0.187  (.156-.190) Flow Column # OGrs .
v _Keyboard/Plug _ Back/Plugs 53mm 0.250  (.228-.278) 32mm (.139 - .169)
__ Screws tight _/_ Breath Hose 103mm 0.503  (.447 - .547) 36mm (-156 - .190)
¥ Barometric Pressure Check 53mm (.228 - .278)
Other Equipment: Gauge ID#26932 103mm__ (447 - 547)
M Power cord M Stability Checks Maintenance  Performed By
O Printer Cable Simulator | Serial # Lot #/Exp O Battery Replacement
& oOther Static Bag 0.05 201707D O Dry Gas Regulator Replacement
SD3%62 07/25/2019 | | O Breath Tube Replacement
0.08 201707E || O Other s
Notes: SDI013 552019 | [Quality Checks Cont. Performed By KU
0.20 201707C Simulator Temperatures °C
DR3856 07/24/2019 External Digital Therm. ID#: 300505
0.08DGS | NJA AG708807 @ 34°C+-2 Serial#: SD3962
03/29/2019 b 34°C+-.2 Serial4: SDI10I13
M 34°C+-2 Serial #: DR3856
Calibration Adjustment Performed By Department Inspection Performed By i
W Calibration Adjustment N/A W Barometric Pressure 1021 Gauge
O Calibration Adjustment Complete ID# 26932 1020 Instrument
Barometric Pressure Gauge ID #
Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # 2016-C
0.000 N/A N/A Acetone Stock Solution Lot # 2017-A
0.040 Simulator Serial Number
0.100 0.00 SDI1019
Interferent SD1021
0.200 0.05 SD3962
0.300 0.08 SD1013
0.080 DGS N/A 0.20 DR3856
U Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 ¥ Forma4l Q Ccalibration Adjustment
0.08 M Pre-Stability Tests Q Post-Stability Tests
0.20 U Flow Calibration O Other
0.08 DGS N/A

Notes/Suggested Service: ® instrument Complies with Chapter 11D-8, FAC
Please remember to change level 2 menu ' Instrument Does Not Comply with Chapter 11D-8, FAC
ass z i ' ‘B Return to/Place into Evidentiary Use
AF)F\ ,L(%)[* ol &P Q Remain Out of Evidentiary Use
A A v o ,I - M Conduct an Agency Inspection Before Evidentiary Use
2" o~ [U[S]1]
==
Quality Control Review Date

v
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INSTRUMENT PROCESSING SHEET

FIOLE

. Agency _ 1aSco Courrtuy S.0. sin__80- bo |0Y4
Alcohol Testing Program '
patein __ (i3 /17 pateout (i3] 1  @ship Qp/u QH/D \BJCMI QEE
Intake Performed By _¥Q0v> | Quality Checks  Performed By 7% | Flow Calibration Performed
O Registration ) Lab Temp°C___ 2.3 | 8 Flow Calibration N/A Cr
E Annual & Breath Tube Screen Flow Calibration Complete &-'f[/&« y
O Return from CMI EI Replace External O-Rings Flow Column # _A TP 6:32:/ D
O  Return from Enforcement & Instrument Set Up Verified B 5L/min—17mm 4 ]3 5
Electronics \EI R-Value _ DD o 15L/min — 5‘3[@81 £y (0. 7
Q Other D Flow Verification (L/s) 30L/min - 103mAQ/ 7, L&
Visual Inspection: Flow Column #_ AT P (0,2 0 R-Value 101 * "o
LF_Case ) Handle 32mm _{) 105 (.139 -.169) Post Calibration Verification (L/s) 9/an,
Q¥ DryGas Holder () Feet 36mm O .12 (.156-.190) Flow Column #_ATP103
(OF_ Keyboard/Plug K. Back/Plugs 53mm D.194% (.228-.278) 32mm _D YU (.139-.169)
_Qg' Screws tight &L Breath Hose. 103mm f\.\/\ k?} M (.447 - .547) 36mm _D. | =) (.156 - .190)
Barometric Pressure Check 53mm © .33 (.228 - .278)
Other Equipment: A Gauge ID#_ =084 | 103mm 0. Y% (.447 - 547)
~ Power cord & Stabi lity Checks Maintenance Performed By
O Printer Cable Simulator | Serial # Lot #/Exp O Battery Replacement
O Other 0.05 2ok Doligh3d D U Dry Gas Regulator Replacement
SD36T 3lglig O Breath Tube Replacement
0.08 ) 01 > O Other
Notes: s394 Q)‘? I :i;\i‘;s) Quality Checks Cont. Performed By_@ﬁ»
0.20 ) 201U Simulator Temperatures °C
SD333 A External Digital Therm. ID#: 300509
0.08 DGS N/A Mo 12405, : 34°C+-.2 Serial #: SDRAG (2
SEITS & 34°C +-.2 Serial #: ;Dﬁ (Q_"J—
~a 34°C +-.2 Serial#: SIN3IA33
Calibration Adjustment Performed By Department Inspection Performed By
Calibration Adjustment N/A "B Barometric Pressure 1OV Gauge
QO Calibration Adjustment Complete ID#_ATY| L1OOY _ Instrument
Barometric Pressure Gauge ID#
Simulator Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # S0l -C
0.000 N/A N/A Acetone Stock Solution Lot # Q0177 -A
0.040 Simulator Serial Number
0.100 0.00 G880
0.200 Interferent @afggq
0.300 00> SD3%0e
' 0.08 SD2J0\
0.080 DGS | N/A 0.20 Sz
U Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 ® Form 41 O Calibration Adjustment
0.08 Pre-Stability Tests O Post-Stability Tests
0.20 @ Flow Calibration Q Other
0.08 DGS N/A

Instrument Complies with Chapter 11D-8, FAC
Instrument Does Not Comply with Chapter 11D-8, FAC
Return to/Place into Evidentiary Use

Remain Out of Evidentiary Use

Conduct an Agency Inspection Before Evidentiary Use

Notes/Suggested Service:
-value ®_job. Suqaest serchingfie
cedlace ot AW Seving .
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\ ll - U
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Quality C@trol Review

oldolo &

Revised May 2017
DI-IPS2017R1
FDLE/ATP -048
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PRSCO COUNTY SO

Intoxilyzer - Rlcono! Analyzer

Madel 8000 SN 8-001048
0671372017

Softugre: 8100.27

Flow Rate Calibrationexxssusx

I; Rate (Liters/min) = 5
SORTCDIff1 3 = 5,195

Z: Rate (Liters/min) = 15
SORTCDifFFY ) = 10.381

3. Rate (Litersemin) = 30
SORT(Diff) 1 = 20.902

Oependent Data Scale Factor = 100000 L/min

Ingependent Jats Scale Factor = 258

Rounded Slope = 812

Raunded Intercept = -240079

Correlation = 0.998%6

%P



