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Alcohol Testing Program

of’

Date In >/?~/z 3 Date Out La[ [ ’ ] gﬁip Qp/u OH/D Qcmi Qe
Intake Performed By [ -7 | Quality Checks Performed By %é Flow Calibration Performed By (%)
Q _ Registration & LabTemp©°C 20 .¥ O Flow Calibration N/A A
Annual & Breath Tube Screen &' Flow Calibration Complete 6\0
O  Return from CMI & Replace External O-Rings Flow Column # A 77/ 0 15’/ @‘
Q Return from Enforcement 8 Instrument Set Up Verified M 5L/min- 17mm ‘///Lr
Electronics & R-value | 1S A 15L/min - 53 p‘;
Q Other Flow Verification (L/s) & 30L/min - 103mm 2 O( b
Visual Inspection: Flow Column # f"fl v !d‘z @/ R-Value ”5 6 '/
JE Case 0E Handle 32mm_ MY (139-.169) | & Post Calibration Verlflcatlon ﬁ.qisj
U DryGasHolder <c Feet 36mm _/S2_ (.156-.190) Flow Column # A77/ 02 Olg% _
0% Keyboard/Plug <L Back/Plugs 53mm _J2 2 (.228-.278) 32mm 2“/7 (.139-.16
_Q_é_ Screws Ught O—L Breath Hose 103mm _s0¢ (.447 = 547) 36mm Zﬁz ( 156 - 190)
& Barometric Pressure Check 53mm _J33  (.228-.278)
Other Equipment: Gauge ID # X732 103mm _3‘3 (447 - .547)
d Power cord A Stability Checks Maintenance Performed By
O  Printer Cable Simulator | Serial # Lot #/Exp U Battery Replacement
Q Other 0.05 R e O Dry Gas Regulator Replacement
ieacy 3l¢lhg Q Breath Tube Replacement
0.08 2o 6 O Other
Notes: P 3 9eH i\\\:\\? Quality Checks Cont. Performed By Q P
0.20 20104C Simulator Temperatures °C
G 2§ u|s ] & External Digital Therm. ID#: 306565~
0.08 DGS N/A 2l Gl 34°C +-.2 Serial #: DE 2935
/ ﬁ;{;;ﬁ’:‘;’“ § 34°C +-.2 Serial #: SD D9 "[
o 34°C+-.2 Serial #: Ol 2\
Calibration Adjustment Performed By Department Inspection Performed By
@’ Calibration Adjustment N/A @F Barometric Pressure e Gauge
Q calibration Adjustment Complete iog QL1952 lei2 Instrument
Barometric Pressure Gauge ID #
Simulator Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # 200-C
0.000 N/A N/A Acetone Stock Solution Lot # Q0\1-A
0.040 Simulator Serial Number
0.100 0.00 (r2€79
Interferent C/‘g\q"{
0.200 - =
0.05 DR203E
0.300 T S 3904
0.080 DGS | N/A 0.20 Gl
O  Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 B form41 O Calibration Adjustment
0.08 Xl Pre-Stability Tests O Post-Stability Tests
0.20 & Flow Calibration B Other furm 4
0.08 DGS N/A

Notes/Suggested Service:

Q

;2&{!,)1 !"lig @6(9 62//@&01

ﬁ/ Instrument Complies with Chapter 11D-8, FAC
Instrument Does Not Comply with Chapter 11D-8, FAC

& Return to/Place

O Remain Out of Evidentiary Use

into Evidentiary Use

_@’ Conduct an Agency Inspection Before Evidentiary Use

AN
51, 7 peme—"
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Alcohol Testing Program

O

-/ 7
Dateln 9 /e2/ 172 Date Out Qship Qp/U QH/D QCMI QEe
Intake Performed By {J Y\ Quality Checks  Performed By Flow Calibration Perform T
Q / Registration O Lab Temp °C Q Flow Calibration N/A ~ i%@
Annual O Breath Tube Screen O Flow Calibration Complete é?f'g;,a ‘
O Return from CMI U Replace External O-Rings Flow Column # v . 5
O Return from Enforcement O Instrument Set Up Verified O 5L/min /’lem '
Electronics O R-Value a 15L/m|n - S"n';ra e ! ;ﬂf/
U Other U Flow Verification (L/s) Q 30L/min- 103mm‘9‘, e
Visual Inspection: FlowColumn#__ | O R-Value - . 0‘7,0
X Case f’/ Handle 32mm (.139-.169) | A Post Calibration Venflcatlon (L/s/-}?
4_ Dry Gas Holder L Feet 36mm (.156 - .190) Flow Columnf#
4 Keyboard/Plug £ZX_Back/Plugs 53mm (.228 - .278) 32mm _ (.139 - .169)
3"1 Screws tight 1 Breath Hose 103mm (.447 - .547) 36mm_ (-156 - .190)
O Barometric Pressure Check 53mm (.228 - .278)
Other Equipment: Gauge ID # 103mm (.447 - .547)
O Power cord Q  Stability Checks Maintenance Performed By
O Printer Cable Simulator | Serial # Lot #/Exp O Battery Replacement
Q Other 0.05 Q Dry Gas Regulator Replacement
W' Breath Tube Replacement
0.08 A0 other
Notes: /| | Quality Checks Cont. Performed By
0.20 Simulator Temperatures °C
External Digital Therm. ID#:
0.08 DGS N/A / O 349C +-.2 Serial #:
O 34°C+-.2 Serial #:
7 O 34°C +-.2 Serial #:
Calibration Adjustment Performed By pépartment Inspection Performed By
U Calibration Adjustment N/A A0 Barometric Pressure Gauge
U Calibration Adjustment Complete / ID# Instrument
Barometric Pressure Gauge ID # Vd
Simulator | Serial Number | Lot Number Expiration Mouth Alcohol Solution Lot #
0.000 N/A N/A S Acetone Stock Solution Lot #
0.040 / Simulator Serial Number
0.100 200
0.200 Interferent
0.05
0.300 0.08
0.080 DGS N/A 5 0.20
O Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 ' Q Form41 Q calibration Adjustment
0.08 O Pre-Stability Tests U Post-Stability Tests
0.20 U Flow Calibration U Other
0.08 DGS N/A
Notes/Suggested Service: U Instrument Complies with Chapter 11D-8, FAC
U Instrument Does Not Comply with Chapter 11D-8, FAC
O  Return to/Place into Evidentiary Use
/ O Remain Out of Evidentiary Use
O Conduct an Agency Inspection Before Evidentiary Use
Quality Control Review Date

Revised May 2017
Di-IPS2017R1
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S/N Z%C) =

OOl 33

Date In —)/ “'/ [

Date Out

Uship Qp/u OH/0 Qcmi Oee

A W
Flow Calibration Performed By’ J A~

P .
Intake Performed By (_ 475" | Quality Checks Performed By
O Registration T | Q Breath Tube Screen O Flow Calibration N/A LSS i
= __Annual O Replace O-Rings Q  Flow Calibration Complete/ f) / ch(“'
QO Return from CMI QO Instrument Set Up Verified Flow Column # /1/ N }
O Return from Enforcement O R-Value O 5./min- 17mn‘?/50/ 'j j 78
Electronics Q Flow Verification (L/s) 0 15L/min-53mm f’ { o /
QO oOther Flow Column # 0 30L/min-103mm /0-9,0
Visual Inspection: 32Zmm (.139-.169) | O R-Value - G{
Case \L _Handle 36mm (156 -.190) | O Post Calibration Verification (L/s) K"'ﬂr?;
¢z Dry GasHolder “Feet 53mm (.228 - .278) Flow Column #
. _Keyboard/Plug W\Back/Plugs 103mm (.447 - .547) 32mm (.139-.169)
C¥screws tight CY Breath Hose | @  Barometric Pressure Check ) & 36mm (.156 - .190)
Gauge ID # 53mm (.228 - .278)
Other Equipment: U Stability Checks / 103mm (.447 - .547)
Q Power cord Simulator | Serial # Lot #/Exp
O Printer Cable 0.05 5 Maintenance  Performed By
Q Other A QO Battery Replacement
0.08 / Q  Dry Gas Regulator Replacement
" U Breath Tube Replacement
Notes: 0.20 O Other
/ ‘Suggested Service
0.08 DGS N/A
_Optical Bench Calibration PerformedBy ___ / Department inspection Performed By
O Optical Bench Calibration N/A // Q Barometric Pressure Gauge
O Optical Bench Calibration Complete P ID# Instrument
Barometric Pressure Gauge D # A
Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot #
0.000 N/A N/A Acetone Stock Solution Lot #
0.040 o Simul’atﬂr Serial Num_ber
0.100 _,/ l(:';?grferent
0.200 / 0.05
0.400 / 0.08
0.080 DGS | N/A / 0.20
O Post Calibration Stability Checks’
Simulator | Serial Number | Lot Number | Expiration Attachments
0.05 )/ Q Forma4 QO  Optical Bench Cal
0.08 Pre-Stability Tests Q Post-Stability Tests
0.20 3 O Flow Calibration Q oOther
008DGS | N/A
| Notes: " O Instrument Complies with Chapter 11D-8, FAC 59/
o - O Instrument Does Not Comply with Chapter 11D-8, FAC
J O Return to/Place into Evidentiary Use
/ O  Remain Out of Evidentiary Use
A O Conduct an Agency lnspectlon Before Evidentnary Use

Quality Control Review

Date
Revised November 2012
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