FIDLE

INSTRUMENT PROCESSING SHEET

Agency LQO'\ C@u r\*lr-t,r

S/N %Cf) ’%[{53

Alcohol Testing Program [ ]
Date In 1O /1 / (T Date Out ff’)/n‘?/}'? Qship @p/u QH/D Ocmi QEE
P
Intake Performed By( (1) Quality Checks Performed By Q)Ljsm Flow Calibration Perfoymed By
O Registration & LabTemp®c_g&.1 B Flow Calibration NM\\
£ Annual @ Breath Tube Screen 0O Flow Calibration Complet’& 7/ [/
EX_Return from CMI & Replace External O-Rings Flow Column # ( &
O Return from Enforcement & Instrument Set Up Verified in 17mm 3
Electronics ® R-value ) [9 a lﬁn%x— 53fm, 9, /47/
O Other £  Flow Verification (L/s) 0 30L/min- 1035})%5
Visual Inspection: Flow Column #_ATF 03 O R-Value 9/0
M Case ole Handle 32mm ¢ JZH (.139-.169) | O Post Calibration Verlflcatloﬁﬂw;)
Ol Dry Gas Holder _ Ol Feet 36mm _. | 7% (.156-.190) Flow Column # _
Ok Keyboard/Plug _C\c Back/Plugs 53mm _ 250 (.228-.278) 32mm (.139-.169)
Ol screws tight _Dl< Breath Hose 103mm _ 4y Y% (447 - 547) 36mm (.156 - .190)
& Barometric Pressure Check 53mm (.228 - .278)
Other Equipment: Gauge ID# QXN ) 103mm (.447 - 547)
O Power cord 8. stability Checks Maintenance Performed By
O Printer Cable Simulator | Serial # Lot #/Exp O Battery Replacement
L} Other .ﬂv:&icﬁ E&c 0.05 20/70970 || @ Dry Gas Regulator Replacement
< G d%35 2/a8 Ji9 O Breath Tube Replacement
0.08 ] ami02 £ || Q Other
Notes: DRiZ77 ;/OQ ;;f:g Quality Checks Cont. Performed By @
0.20 20/ 77 ¢ | | Simulator Temperatures °C
SPiedb 7194 (19 External Digital Therm. ID#: 500504
0.08 DGS N/A hGCa 6605 ™ 34°C+-2 Serial#: G45835
N ® 34°C+-.2 Serial#: _Dp, 579
W 34°C+-.2 Serial#: SDIOID
Calibration Adjustment Performed By Department Inspection Performed By
& Calibration Adjustment N/A 41 Barometric Pressure 1040 Gauge
O Calibration Adjustment Complete o# 28421 10/9 Instrument
Barometric Pressure Gauge 1D #
Simulator Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot # A0IE-C
0.000 N/A N/A Acetone Stock Solution Lot # KO0j7-R
0.040 Simulator Serial Number
0.100 ?'Dorf %’ 3‘3 %O
nterferent SAEHO
3533 0.05 GAg83%H
- 0.08 DP;i3]7
0.080 DGS | N/A 0.20 <pDIOAS
O Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration Attachments
0.05 B Form4l 0O calibration Adjustment
0.08 B Pre-Stability Tests QO Post-Stability Tests
0.20 O Flow Calibration O Other
0.08 DGS N/A
Notes/Suggested Service: & Instrument Complies with Chapter 11D-8, FAC
m’}/m <3f? O Instrument Does Not Comply with Chapter 11D-8, FAC
" & Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use
) ) & Conduct an Agency inspection Before Evidentiary Use
P\ I;Aau«h 10[23]17 .
I Date

Quaht@;ntrol Review

Revised May 2017
DI-IPS2017R1
FDLE/ATP -048



LEON COUNTY SG LEON COUNTY 50 )
LEON COUNTY S0

Intoxilyzer - Rlcohol Analyzer Intoxi lyzer - Rlcohol Analyzer
fode! E000 SN 80-001153 Mode] 8000 SN 80-001153 : Intoxilyzer - Rlcono! Analyzer
19200 Fintoe s Hode! 8000 SN 80-001153
Sof tuare: E100,27 Software: 8100.27 1071872017
‘ Softuare: 8100.27

st gl B Test gl Tine
______________________________________________________________________________ Test 0210l Time
Rir Blank 0.000 12:02 Air Blank 0,040 157« Tt
Contro] Test 0.043 12:02 Contral Test 0,080 11:57 Rir Blank 0.000 11:51
fir Blank 0.000 12:03 air Blank 0.000 1:56 | Contro] Test 0.203 [1;5
[Uﬂtl‘ﬂi TE‘St Dﬁqg 12. M CDHU‘DI T@‘t H[]Bﬂ I]Sg \f QIF BJ&”K ﬁﬂﬂu ”53
Py Lot 1214 e g s | Control Test  0.213 11:53
Control Test 0.049 12:05 Control Test 0079 12:00 ‘ Rir Blank 0.000 11:54
Rir Blank 0.000 s Rir Blank 0,000 12-00 Control Test 0.202 11:55
Control Test Stats ! el | Air Blank 1.000 11:55
Auerage 0.0490 nueraée i 0.0757 Control Test Stats
Std Deu 0.0000 ! Std Dey EUDBE ; H'J@rage 0,2027
Rel Std Deu() - 0.0000 ! Rel Std Deus)  0.7247 5td Deu 0.0006

J Rel Std Deut) . 0.2849

A |

Operatar’s Jign

LEON COUNTY S0

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001153
1071572017

Softuare: 8100.27

Test 210 Tine
Rir Blank 0.000 12:20

Control Test 0.08] 12:2!

air Blank 0,000 [2:2!

Control Test 0.081 12:2]

Air Blank £.000 12:22

Control Test 0.080 12:22

Rir Blank 0.000 12:23 %/P
Contrel Test Stats

Ruerage 0.0807

Std Dey 0.0008

Rel Std Deu(3)  0.7157

OCs

Operator’s Signatde



FILE

INSTRUMENT PROCESSING SHEET

Agency I"l N NTO~Co(1IS
Alcohol Testing Program 7
Date In __'7/ 20717 pateout Qship QP/U QH/D Mcmi Qe
intake Performedéy W, ﬁ*’ Quality Checks Performed By Flow Calibration Performed By
QO Registration - O Breath Tube Screen QO Flow Calibration N/A G'c.

A _Annual O Replace O-Rings QO Flow Calibration Complete é’sz
O Return from CMI O Instrument Set Up Verified Flow Column # 0( @Z)
O Return from Enforcement O R-Value Q 5u/min-17mm 20’

Electronics O Flow Verification (L/s) O 15L/min —‘g&ra, Z@//
O other Flow Column # Q 30L/min - 103m9/ T@S 18
Visual Inspection: 32mm (.139-.169) | Q R-Value ”?gp
L case ﬂ Handle 36mm (.156 -.190) | Q Post Calibration Verification (L/s) nggf};

& Dry Gas Holder / Feet 53mm (.228 -.278) Flow Column #

¢ Keyboard/Plug _(){Back/Plugs 103mm (1447 - .547) 32mm (139 - .169)
5;/2 Screws tight _(WRreath Hose | @ Barometric Pressure Check 36mm (.156 - .190)
Gauge ID # 53mm (.228 -.278)

Other Equipment: U stability Checks 103mm (.447 - .547)
O Power cord Simulator | Serial # Lot #/Exp
O Printer Cable 0.05 Maintenance  Performed By
O Other O Battery Replacement

0.08 O Dry Gas Regulator Replacement
Q Breath Tube Replacement
Notes: 0.20 O Other
Suggested Service
0.08 DGS N/A

‘Optical Bench Calibration Performed By Department Inspection Performed By
Q Optical Bench Calibration N/A O Barometric Pressure Gauge
O Optical Bench Calibration Complete iD# Instrument
Barometric Pressure Gauge 1D #

Simulator | Serial Number | Lot Number | Expiration Mouth Alcohol Solution Lot #

0.000 N/A N/A Acetone Stock Solution Lot #

0.040 Simulator Serial Number
0,100 :)r;?:rferent

0.200 0.05

0.400 0.08

0.080 DGS | N/A 0.20 .

O Post Calibration Stability Checks

Simulator Serial Number | Lot Number | Expiration Attachments , -

0.05 O Form41 QO Optical Bench Cal

0.08 QO Pre-Stability Tests O Post-Stability Tests

0.20 O Flow Calibration Q Other

0.08 DGS N/A

Notes: TRANIS [0son Avrhorized sendi) NG QO  instrument Complies with Chapter 11D-8, FAC
INSTRDMENT To CNT H_pfr \ O Instrument Does Not Comply with Chapter 11D-8, FAC

QO Return to/Place Into Evidentiary Use
0 Remain Out of Evidentiary Use
O Conduct an Agency Inspection Before Evidentiary Use \de}\n

Quality Control Review

Date
Revised November 201

2



