FULE

INSTRUMENT PROCESSING SHEET

Agency Everglades National Park

s/N 80-001360

Florida Department of  pate in 12/7/2017 DI Completion Date 12/21/2017 __ @ship Qp/u QH/D QM QEE
Law Enforcement
Intake Performed By ¢ | Quality Checks Performed By _DEZEL | Flow Calibration Performed By
@ Annual  Breath Tube Screen Flow Column #
O Registration ¥ Replace External O-Rings Q 5L/min - 17mm
O Return from CMI / EE @ Instrument Set Up Verified 0 15L/min - 53mm
Visual Inspection: @ R-value 201 0 30L/min - 103mm
& Case @ Handle  Flow Verification (L/s) 0 R-value
& Kevboard & Drv Gas Shelf Flow Column # ATP104 O Post Calibration Verification (L/s)
yboar ry Gas She 150 ) Mo
d Feet d Breath Tube 32 mm (.139-.169) | Flow Colum
& Ports @ Screws Tight 36 mm 170 {.156 - .190) 32 mm (.139-.169)
53 mm .240 (.228 -.278) 36 mm (.156 -.190)
Other Equipment/ Accessories: 103 mm .503 (.447 - 547) 53 mm (.228 - .278)
U Powercord U Printer Cable ¥ Barometric Pressure Check 103 mm (.447 - .547)
StaticBag [ 12V DC Cable Gauge ID # 28663
Notes: ¥ Stability Checks Maintenance Performed By M__
Simulator | Serial # Lot #/Exp U Battery Replacement
0 Dry Gas Regulator Replacement
0.050 SD3967 201707D @ Breath Tube Replacement
= 07/25/2019 O Other
Final Release Date 0.080 201707E
SD3968 Temperature Checks Performed By
FDLE 07/25/2019 D iabTers o 5169
p-C .0dcC
0.200 SD3969 201707C External Digital Therm. ID#: 300918
JAN 03 2008 07/24/2019 @34°C +-2 Serial #: SD3967
. 0.080DGS | N/A AG626604 @ 34°C+-2 Serial #: SD3968
Alcohol Testing 09/22/2018 @34°C+-2 Serial #: SD3969
Program
Calibration Adjustment Performed By Department Inspection Performed By ’Eg
Barometric Pressure Gauge ID# Barometric Pressure ID# 68639
Simulator | Serial Number | Lot Number | Expiration Gauge 1015 instrument 1020
0.000 N/A N/A Mouth Alcohol Solution Lot # 2016-C
0.040 Acetone Stock Solution Lot # 2016-B
0100 Simulator Serial Number
0.200 0.000 SD3963
; Interferent SD3966
0.300 0.050 SD3967
0.080DGS | N/A 0.080 SD3968
O Post Calibration Adjustment Stability Checks 0.200 SD3969
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 @ Form 41 Q Flow Calibration
0.080 @ stability Checks O Form 40
0.200 O Calibration Adjustment Q Other
0.080 DGS N/A a Post-Stabiiity Checks
Notes/Suggested Service: Emailed | / I '\‘@@@MEHL] @ Instrument Complies with Chapter 11D-8, FAC
h 4 [T WA O Instrument Does Not Comply with Chapter 11D-8, FAC
@ Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use
@ Conduct an Agency Inspection Before Evidentiary Use
= A
W 1/shs  AAhden 1318
Tech Review / Date ( 4dmin Review / Date

FDLE/ATP Form 48 October 2017
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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FOLE

INSTRUMENT PROCESSING SHEET

Agency Everglades National Park

s/N 80-001360

Florida Department of  patein 12/7/2017 bl Completion Date 12/11/2017 _ @ship Qp/U QH/D OcMi OEE
Law Enforcement
Intake Performed By ) E KR | qQuality Checks Performed By DE K ﬁ Flow Calibration Performed By
¥ Annual 1 V' & Breath Tube Screen \}\"'\‘ Flow Column #
[ Registration 1\9 ¥ Replace External O-Rings O 5L/min - 17mm
O Return from CMI / EE @ instrument Set Up Verified 0 15L/min - 53mm
Visual Inspection: g R-Value 203 O 30L/min — 103mm
d Case & Handle Flow Verification (L/s)1 a R-Value. : T
i @ Dry Gas Shelf Flow Column # ATP10 O Post Calibration Verification (L/s)
g Feet & Breath Tube 32mm 152 (-139-.169) | Flow Column #
o Ports @ Screws Tight 36mm .171 (.156 - .190) 32 mm (.139-.169)
53 mm .242 {.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm .507 (.447 - 547) 53 mm (.228 - .278)
O Power cord O Printer Cable ¥ Barometric Pressure Check 103 mm (.447 - 547)
¥ staticBag 12V DC Cable Gauge ID # 28663
Notes: W Stability Checks Maintenance  Performed By
Simulator | Serial # Lot #/Exp O Battery Replacement
0 Dry Gas Regulator Replacement
0.059 SD3967 0??; 5-’2?)?9 0 Breath Tube Replacement
Final Release Date 0.080 SD3968 |—201707E ’lr:zgtzizture Checks Performed By DERN]
FDLE 07/25/2019 @ Lab Temp °C 2257 o
DEC 2 6 207 0200 SD3969 0??21;3-6?9 External Digital Therm. ID#: 300918
00R0DGS | WA | AGE26604 || @ savces scwors. SDaORE
. - +-.2 Serial #:

Alc:h;;:;“ " 09/22/2018 34°C+-2 Serial#: SD3969
Calibration Adjustment Performed By Department Inspection Performed By DELK W)
Barometric Pressure Gauge ID# Barometric Pressure ID# 68639 \;\\?"\9,

Simulator Serial Number | Lot Number | Expiration Gauge Instrument )
0.000 N/A N/A Mouth Alcohol Solution Lot # 2016-C
0.040 Acetone Stock Solution Lot # 2016-B
0.100 Simulator Serial Number
0.200 0.000 SD3965
: Interferent SD3966
0.300 0.050 SD3967
0.080 DGS | N/A 0.080 SD3968
O Post Calibration Adjustment Stability Checks 0.200 SD3969
Simulator Serial Number | Lot Number | Expiration A cnents
0.050 @ Form 41 Q Flow Calibration
0.080 W Stability Checks O Form 40
0.200 O Calibration Adjustment O Other
0.080 DGS N/A O Post-Stability Checks
Notes/Suggested Service: Emailed QO Instrument Complies with Chapter 11D-8, FAC
Breath hose is cold to the touch, may have a Instrument Does Not Comply with Chapter 11D-8, FAC
short. U Return to/Place into Evidentiary Use
@l Remain Out of Evidentiary Use
U Conduct ar{ﬁgncy Inspection Before Evidentiary Use
it éﬁrﬁ% 12020 [17
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 October 2017

Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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