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AGENCY INSPECTION REPORT - INTOXILYZER 8000 s
G
Agency: LAKE ALFRED PD dewial stomwbses sooatoag 0

Time of Inspection: 17:43 Software: 8100.27

Date of Inspection: 10/19/2018

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
No

Alcohol Free
Test

0.059/210L Test
{g/210L)

0.08g/210L Test
(g/210L)

0.20g9/210L Test
(g/210L)

0.08 g/210L
Dry Gas Std Test

(g/210L) Lot#:201802B Lot#:201709A Lot#:201702B (g/210L)
Exp: 02/06/2020 Exp: 09/12/2019 Exp: 02/23/2019 Lot#:31517080A1
Exp: 01/02/2020
0.000 0.048 0.077 0.200 0.081
0.000 0.048 0.078 0.200 0.081
0.000 0.049 0.078 0.201 0.081

Number of Simulators Used: 4

Remarks:
TEMP REG TEST FAILEDNon-compliance:TEMP REG FATLED DURIKG DIAGNOSTICS.

The above instrument complies (

) does not comply ( X ) with Chapter 11D-8, FAC.

ANTHONY W GETTLE

Signature and Printed Name

10/19/2018
Date

FDLE[ATP Form 40 — March 2004



























