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Florida Department of Law Enforcement «©~ Vs
Alcohol Testing Program

Agency: HERNANDO COUNTY S.0. Serial Number: B80-000812

Time of Inspection: 11:42 Date of Inspection: 12/29/2019 Software: 8100.27

| Check or Test - | ¥xBs | wo
L Rk | | E

' Date and/or Time Adjusted

} | S— ,...NON

' Diagnestic Check (Pre-Inspection): OK

| Yes
iﬁlcohol Free Subject Test: 0.000 i N - o
é - - Yes _ |
| Mouth Alcohol Test: Slope Not Met | _
! | Yes ! f
! Interferent Detect Test: Interferent Detect | ;
| Yes ’
Diagnostic Check (Post-Ingpection): OK [ i
B | Yes {
| Alcchol Free | 0.05g/210L Test | 0.0Bg/210L Test | 0.20g/210L Test 0.08 g/210L 1
| Test | (g/210L) | (g/210L) (g/210L) Dry Gas Std Test !
(g/210L) Lot#:201802B Lot#:201808E Lot#:2016802G {g/210L) |
| . Exp: 02/06/2020 . Exp: 08/22/2020 . Exp: 02/22/2020 Lot#:00915080A2 i
. . T | Exp: 03/05/2021
i 0.000 | 0.048 0.079 [ 0.197 | 0.082 |
0.000 | 0.048 0.079 | 0.197 | 0D.082 !
b — - ,, SRR P — . _"_ 1.
0.000 | 0.048 0.079 0.157 | 0.082
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FaC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

gﬁ? a:"\“% BRAD R COLLITO .

‘Signature and Printed Name

12/29/2019

Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HERNANDO COUNTY S.0. Serial Number: B80-000812
Time of Inspection: 17:20 Date of Inspection: 11/26/2019 Software: 8100.27
[ Check or Test YES | NO
' Date and/or Time Adjusted
e o No
| Diagnostic Check (Pre-Imnspection): OK
3 ) | Yes
| Alcohol Free Subject Test: 0.000 [
_ Yes
Mouth Alcohol Test: Slope Not Met
| Yes
' Interferent Detect Test: Interferent Detect
ﬁ N Xes !
| Diagnostic Check (Post-Inspection): OK
i B . e |
[Alcohol Free [0.05g/210L Test | 0.08g/210L Test 0-20g/210L Test ["0.08 g/210L ]
Test . {g/210L) (g/210L) {g/210L) Dry Gas 8td Test
(g/210L) | Lot#:201802B | Lot#:201808E | Lot#:201802G {g/210L)
| | Bxp: 02/06/2020 | Exp: 08/22/2020 | Bxp: 02/22/23020 Lot#:00913C80A2
L ’ - . ST S Exp: 03/05/2021
1 0.000 | 0.048 0.078 0.195 0.082
1 0.000C f0.049 1 0.080 50.197 50.082
0.000 | 0.049 | 0.080 | 0.198 | 0.082
Number of Simulators Used: §
Remarks:
The above instrument complies ( %X ) does not comply { ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that T
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Q*.vr%w Q\- nas

FDLE/ATP Form 40 — March 2004

ERAD R COLLITO

Signature and Printed Name

11/26/2015
Date



Florida Department of Law Enforcement %’
Alcohol Testing Program 1

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000812
Software: 8100.27

Agency: HERNANDO COUNTY S.0.

Time of Inspection: 09:45 Date of Inspection: 10/28/2019

| Check or Test YES | NO ‘
| Date and/or Time Adjusted i T i ;
N . . __No
| Diagnostic Check (Pre-Inspection): OK |
Yes
Alcohol Free Subject Test: 0,000 “
Yes
'Mouth Alcohol Test: Slope Not Met o '
Interferent Detect Test: Interferent Detect
Yes
E Diagnostic Check "'(P_dgt-Inspect:itmdrf) : OK R i
oy e \' Yes |
E Alcohol Free 7 0.05g/210L Test 0.08g/210L Test [ 0.20g/210L Test ["0.08 g/210L
| Test (g/210L) (g/210L) . (g/210L) Dry Gas Std Test
F (g/210L) | Lot#:201802B Lot#:201808E | Lot#:2018026 (g/210L)
| Exp: 02/06/2020 Exp: 08/22/2020 Exp: 02/22/2020 Lot#:00919080A2
! Y. R R— guutlives oo _Exp: 03/05/2021
go.ooo | 0.048 | 0.079 0.197 0.080
| 0.000 1 0.049 | 0.079 0.198 0.081
0.000 | 0.049 | 0.078 0.198 0.080

Number of Simulators Used: S

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11iD-8, FAC.

.% O\,uj} B i BRAD R COLLITC _ o

Signature and Printed Name

10/28/2019
Date

FDLE/ATP Form 40 - March 2004



>
doi;\

407" pi
Florida Department of Law Enforcement 1
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HERNANDO COUNTY S.O. Serial Number: 80-000812
Time of Inspection: 22:44 Date of Inspection: 09/15/2019 Software: 8100.27
Check or Test I - - YES | NO |
Date and/or Time Adjusted ‘
| = 41 .....ﬁ.c.’d____. {
| Diagnostic Check (Pre-Inspection): OK I ]
| - Yes -
| Alcohol Free Subject Test: 0.000
: ) . Yes {
' Mouth Alcohol Test: Slope Not Met | ;
) o Yes i
Interferent Detect Test: Interferent Detect [
i Yes
i Diagnostic Check {(Post-Inspection): OK
L | Yes
[ Alcohol Free [0.05g/210L Test 0.08g/210L Test "~ ] 0.20g/210L Test [0.08 g/210L
| Test | (g/210L) (g/210L) {g/210L) | Dry Gas Std Test
' (g/210L) | Lot#:201802B Lot#:201808E Lot#:201802G | (g/210L)
‘ | Exp: 02/06/2020 Exp: 08/22/2020 | Exp: 02/22/202¢ | Lot#:00913080A2
! o ) N | EBxp: 23/05/2021
| 0.000 1 0.049 0.079 0.197 0.081 !
: 4 1By s, e
| 0.000 L 0.049 0.079 | 0.198 0.081
' 0.000 | 0.050 | 0.080 | 0.199 0.081 ;
| " H | S s e = i VS PR P . |
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

) k’g @.4/‘?_3 ____ BRAD R COLLITQ . -

Signature and Printed Name

09/15/2019

Date

FODLE/ATP Form 40 — March 2004



RECEIVED
AUG 2 8 2013

FDLE
Alcohol Testing Progran

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000812

Agency: HERNANDO COUNTY S5.0.
Software: 8100.27

Time of Inspection: 11:47 Date of Inspection: 08/25/2019

Check or Test . YES NO
e R T ‘ S % S, A
' No ;
Diagnostic Check (Pre-Inspection): OK |
Yes
 Alcohol Free Subject Test: 0.000
Yes
"Mouth Alcohol Test: Slope Not Met '
o e | Yes ]
Interferent Detect Test: Interferent Detect : !
| Yes : |
Diagnostic Check (Post-Inspection): OK o
Yes

'Alcohol Free 0.05g/210L Test | 0.08g/210L Test ['0.20g/210L Test T 0.08 g/zict

. Test {g/210L) {g/210L) {g/210L) . Dry Gas Std Test
. {g/210L) Lot#:201802B Lot#:201808E Lot#:201802G : {g/210L)
| Exp: 02/06/2020 Exp: 08/22/2020 Bxp: 02/22/202¢C . Lot#:00919080A2
- ! Y R | Bxp: 03/05/2021
0.000 0.049 0.078 0.196 TG.OSO
0.00¢0 1 0.048 £ 0.080 0.197 0.080
0.000 0.049 £ 0.080 | 0.198 0.080
Number of Simulators Used: £
Remarks:
The above instrument complies ( X )} does not comply { ) with Chapter 11D-8, FAC.

I certify that I heold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

i

P i B 2
=’>‘}+ o (o~ i3 R _COLLITO
: = Signature and Printed ‘Name -
0&8/25/201¢
Date

FDLE/ATP Form 40— March 2004



Florida Department of Law Enforcement s
Alcohol Testing Program ’I\}; Y

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000812

Agency: HERNANDO COUNTY S5.0.

Time of Inspection: 13:31 Date of Inspection: 07/21/2019 Software: 8100.27

Check or Test YES NO

'Date and/or Time Adjusted

| No

| Diagnostic Check (Pre-Imspection): OK N

| Yes ‘

Alcohol Free Subjethm‘féé{:: 0.000 i Bl i - 1‘
Yes |

Mouth Alcchol Test: Slope Not Met l |
Yes : |

| Interferent Detect Test: Interferent Detect o - :

! Yes E i

Diagnostic Check (Post-Inspection): OK B - I 1

! Yes i ’

; Elcohol Free 1 0.05g/210L Test 0.08g/210L Test [ 0.20g/210L Test T o0.08 g/210L,.

i Test (g/210L) (g/210L) | (g/210L) | Dry Gas Std Test |

| (g/210L) | Lot#:2018028 Lot#:2017C9A | Lot#:201802G | (g/210L) |

{ Exp: 02/06/202¢ Exp: 09/12/2019 ! Exp: 02/22/2020 Lot#:00919080A2

Exp: 03/05/2023

0.000 0.049 0.978 8.:1:97 !0.080

| 0.000 0.049 l0.079 { 0.198 ' 0.080 |

' 0.000 0.049 ' 0.079 0.198 0.080 1

Number of Simulators Used: 5

Remarks: W'wy
AF / M A: Range Excseded RESIDUAL FROM PREVIOUS TEST!
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Sfj— _ﬁ ..,,.észfj,, BERAD R COLLITO B -

Signature and Printed Name

07/21/2019%
Date

FDLEATP Form 40 — March 2004



Florida Department of Law Enforcement

Alcohol Testing Program

\0\9\ \A

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HERNANDO COUNTY S.0. Serial Number: 80-000812
Time of Inspection: 15:17 Date of Inspection: 06/20/2019 Software: 8100.27
[Check or Test - [ YES NO
'Date and/or Time Adjusted o o '
: No
“Diagnostic Check (Pre-Inspection}: OK o
{ Yes |
Alcohol Free Subject Test: 0.000 o i 3
| Yes
Mouth Alcohol Test: Slope Not Met a
| Yes
:inteffe}ent"ﬁétect Test: Iﬁterferen% Detect . o
| Yes
| Diagnostic Check (Post-Inspection): OK -
Yes
{ Aleohol Free " 0.05g/210L Test 0.08g/210L Test [0.20g/210L Test 0.0B g/210L
| Test | (g/210L) {g/210L} | (g/210L) Dry Gas Std Test
(g/210L) Lot#:2018028 Lot#:201709A | Lot#:201802G (g/210L)

| Exp: 02/06/2020 Exp: 09/12/2019 | Bxp: 02/22/2020 Lot#:00919080A2
L o B | - | Exp: 03/05/2021
iLiC"OO (0.048 | 0.079 B | 0.198 _ |o.080
[0.000 | 0.048 0.080 | c.199 0.081 |
Lol = ! " . : =5 " i
[ 0.900 B '0.048 0.080 | 0.199 ¢.080 i
Number of Simulators Used: 5

rRemarks:

The above instrument complies ( X

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspe
accordance with the provisions of Chapter 11D-8, FAC.

uasy

performed this inspectio@'z

FDILE/ATP Form 40 - March 2004

) does not comply {

Signature and Printed Name

06/20/2019
Date

BRAD R COLLITO

) with Chapter 11D-8, FAC.

ctor Permit and that I



Florida Department of Law Enforcement
Alcohol Testing Program o\\\(\
\Z

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HERNANDO COUNTY S.0. Serial Number: 80-000812

Time of Inspection: 13:39 Date of Imnspection: 05/09/2019 Software: 8100.27
| Check or Test - | YEs NO
| Date and/or Time Adjusted ; §
! i B ‘No [
Diagnostic Check (Pre-Inspection): OK | §
- - __Yes
Alcohecl Free Subject Test: 0.000 i
‘ . E Yes !
' Mouth Alcohol Test: Slope Not Met
B | Yes |
| Interferent Detect Test: Interferent Detect f j
| Yes %
Diagnostic Check (Post-Inspection): OK '
o - Yes |
"Alcohol Free 0.05g/210L Test | 0.08g/210L Test | 0.20g/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) | Dry Gas Std Test
(g/210L) Lot#:201802B | Lot#:201709A Lot#:201802G | (g/210L)
Exp: 02/06/2020 | Exp: 09/12/2019 | Exp: 02/22/2020 Lot#:34917080A3 |
L . ] é Exp: 02/05/2020 |
1 0.000 0.048 To.ova | 0.198 | 0.081 i
[ 0.000 | ©.049 [ 0.079 | 0.200 L 0.080 |
L e ail from = j
| 0.000 | 0.049 0.079 | 0.199 0.080
Number of Simulatora Used: 5
Remarks:
The above instrument complies ( X )} does not comply ({ ) with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

_____Sg_ur_-,g_ , ,ﬂ-f{ﬁ' BRAD R COLLITO

Signature and Printed Name

05/09/2019
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement ]
Alcohol Testing Program J\\\\ﬂ\\\?/
A

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: HERNANDC COUNTY S.0. Serial Number: 80-000812

Time of Inspection: 19:02 Date of Inspection: 04/14/2019 Software: 8100.27
Check or Test S | ¥YeEs = NO |
Date and/or Time Adjusted § i
i . ; S T | No
?Diagnostic Check (Pre-Inspection): OK ;
L , | I N | Yes |
" Alcohel Free Subject Test: 0.000 i §
| e e e S T R ... ) - i
| Mouth Alcohol Test: Slope Not Met ! ‘
| T PPSEPR— — ——— — o —— S— e ——— — I Yes
Interferent Detect Test: Interferent Detect i |
. | Yes
' Diagnostic Check (Post-Inspection): OK ! | ]
e Yes
‘ Alcohol Free 0.05g/210L Test T 0.08g/210L Test 0.20g/210L Test T 0.08 g/210L ]
Test | {g/210L) | {g/210L) i\ {g/210L) | Dry Gas Std Test
(g/210L) Lot#:201802B | Lot#:2017092 i Lot#:201802G ! (g/210L)
| Exp: 02/06/2020 | Exp: 09/12/2019 | Exp: 02/22/2020 | Lot#:34917080A3 |
| - o Lo e N . | Exps 02/05/2020 |
0.000 0.048 | 0.078 . 0.197 | 0.080 '
AT N S . S i SEES SN i e st T e A= ETIRAN |
[ 0.000 | 0.048 l 6.078 10.198 [ 0.080 !
A A i ER—— ] — L SR 15 S S e = b {
0.000 0.048 | 0.079 0.199 0.080 ?
Number of Simulators Used: 5
Remarks:
The above instrument complies | X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

Qﬁ‘r ra_' c&nﬁ _ BRAD R COLLITOC - B

signature and Printed Name

04/14/2015
Date

FDLE/ATP Form 40 - March 2004












