FOLE

Florida Department of pate In 917/2019

Law Enforcement

INSTRUMENT PROCESSING SHEET

Agency Eglin AFB

s/N 80-001116

DI Completion Date j[;_-z_l [ Bship Qp/u OH/D Qcmi QEE

Intake Performed By DP Quality Checks Performed By (/G/11) | Flow Calibration Performed By
@ Annual &l Breath Tube Screen Flow Column #
O Registration & Replace External O-Rings a 5L/min—=17mm
@ Return from CMI / EE & Instrument Set Up Verified O 15L/min = 53mm
R IR ElR-Value - ;'7 (&) Q 30L/min - 103mm
@ Case @ Handle & Flow Verlflcatlor;(L/s) - U R-Value S—
@ Keybosrd @ Dry Gas Shelf Flow Column # _A |)F ey [ Post Calibration Verification (L/s)
@ Feet @ Biesth Tibe 32 mm T (.139-.169) | Flow Column #
@ Ports @ Screws Tight 36 mm el 79 (.156 - .190) 32 mm (139 - .169)
53 mm B oy (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm L 5IS (.447 - .547) [ S— (.228 - .278)
U Power cord O Printer Cable & Barometric Pressure Check 103 mm (.447 - .547)
Static Bag O 12v DC Cable Gauge D # Q 2111 :}_7
Notes: &) Stability Checks Maintenance _ Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
_ e O Dry Gas Regulator Replacement
0.050 S0I1012 ‘;O".’f oj" ﬁ 1 Breath Tube Replacement
Final Release Date T ‘}(‘i ’:,;g ‘(';1 U Other
’ 023762 Temperature Checks Performed va
FDLE 504/ =T - )
ab Temp °C
Q260 GAO7TR J\(;‘; ?«O 4 :D External Digital Therm. ID#: ;("f” 503
SEP 2 6 2019 © 1 4/30/at £34°C+2 Serial#: SDINIZ
. 0.080DGS | N/A RGTi6H0 | 8 34°C +-2 Serial#: _SD 336
Alcohol Tesling PILTEY @349C+.2 Serial#: _(207%
Program
Calibration Adjustment Performed By Department Inspection Performed By m
Barometric Pressure Gauge ID # Barometric Pressure ID# __ & 4 2 7/
Simulator | Serial Number | Lot Number | Expiration Gauge _fQI5H Instrument __ [ [ H
0.000 N/A N/A Mouth Alcohol Solution Lot# _ Q0 [ % - £
0.040 Acetone Stock Solution Lot # ___20(2- A
0.100 Simulator Serial N-un:lb.er :
e 0.000 GHY 4K
Interferent b S
0:500 0.050 SDIDIR
0.080 DGS | N/A 0.080 SNAGLD
Q Post Calibration Adjustment Stability Checks 0.200 G307
Simulator Serial Number | Lot Number | Expiration AtEachments
D050 & Form 41 [ Post-Stability Checks
0.080 & Stability Checks O Flow Calibration
0.200 [ Calibration Certificate  Form 40
0.080 DGS | N/A U Calibration Adjustment U Other
Notes/Suggested Service: & Instrument Complies with Chapter 11D-8, FAC
I Instrument Does Not Comply with Chapter 11D-8, FAC
& Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use
& Conduct an Agency Inspection Before Evidentiary Use
0 4(251) Lt Linllica 3/l
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2018

Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED

Page 1 of 1

For Internal ATP Use ONLY




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: EGLIN AFB Serial Number: 80-001116
Time of Inspection: 10:01 Date of Inspection: 09/24/2019 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:201905B Lot#:201904D (g/210L)

Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG916501
Exp: 06/14/2021

0.000 0.048 0.079 0.201 0.07¢

0.000 0.049 0.079 0.203 0.080

0.000 0.049 0.080 0,203 0:079

0.000 0.049 0.080 0.202 0.080

0.000 0.049 0.080 0..203 0.080

0.000 0.049 0.080 0.202 0.080

0.000 0.050 0.080 0.203 0.080

0.000 0.049 0.081 0203 0.080

0.000 0.049 0.081 0.203 0.080

0.000 0.050 0.081 0.203 0.080
Standard Deviations | 0.0005 0.0007 0.0006 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0005 Number of Simulators Used: 5

Remarks:
=C 2%
%\}gllc\

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that j/?erfOT?;g this inspection in accordance with the provisions of Chapter 11D-8, FAC.

MLY2 g ff u{_ﬂyl’: LA PATRICK J MURPHY
=~ / (j) Signature and Printed Name
09/24/2018
Date

FDLE/ATP Form 41 —Revised August 2005



EGLIN AF8

Intoxilyzer - Rlcohol Analyzer
SN 80-101116

Mogel 8000
0972472018
Softuare; 8100.27

Test g2l
fir Blank 0.000
Control Test 0.048
Air Blank 0.000
Control Test 0,049
Rir Blank 0.000
Control Test 0.048
Rir Blank 0,000
Control Test Stats

Auerage 0.0487
Std Deu 0.0006
Rel Std Deu(%) 1.1863

erator

“'g“aﬁ“f:’s'sf@n e

EGLIN AFB

Intoxilyzer - Rlconol Analyzer
SN 80-001116

tode! 8000
192472019
Softuare: 8100.27

Test 9210l
fir Blank 0.000
Control Test 0. 080
Rir Blank 0.000
Control Test 0.080
gir Blank 0.000
Control Test 0.080
Rir Blank 0.000
Control Test Stats

Auerage 0. 0800
Std Dev 0.0000
Re| Std Dev(%) 0.0000
DGS

[l

Operator’s Sigpaty

EGLIN AFB

Intoxilyzer - Alcohol Analyzer
SN 8-001116

Model 8000

19/24/2019

Softuare: 8100.27

Test gr2lIL
Air 8lank 0.000
Control Test 0.079
Air 8lank 0.000
Control Test 0.079
fir Blank 0.000
Control Test 0.079
Rir Blank 0.000
Control Test Stats
Auerage 0,0730
Std Deu 0,0000

Rel Std Deuk)  0.0000

Operator’s Signajure

EGLIN AFB

Intoxilyzer - Alcohal Analyzer
SN 80-001118

Mode! 8000
18/24/2019
Softuare: 8100.27

Test /2L
Rir Blank 0.000
Control Test 0.200
Rir Blang 0.000
Control Test 0.20
Air Blank 0,000
Control Test 0.201
Air Blank 0.000
Control Test Stats
Auerage 0.2007
Std Dey 0.0006

Rel Std Deu(x) 0.2677

Operator’s Sifnat.
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Return Material Authorization

Ship to: CMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: Ja@mes Blackwell on 8/7/2019
ltems Returned: Instrument 41 Supplies [  Other [J Describe:
Instrument Model: 8000 Serial Number: 80-001116
Bill To Address: Ship to Address:
James Blackwell FDLE Off-Site Mail Facility
Eglin Air Force Base c/o Florida Department of Law Enforcemen
302 West D Avenue, Suite 102 Alcohol Testing Program
Eglin Air Force Base, FL 32542-6841 813B Lake Bradford Road
Tallahassee FL 32304

Reason for Return:

Instrument was originally sent to you for a power supply problem. The display would flash

and then it would return to the red light power on condition. Instrument on return would not

power up. It went to yellow, the LED flashed, then it went back to red. The owner assumes

this will be warrenty repair

Please choose one of the following options:

HER , authorize all repairs.

Cd2 , authorize repairs up to $

V13 1 require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: James Blackwell

Phone #: 850-428-7729 Email: james.blackwell.12@us.af.mil
ATP Contact Name: Patrick Murphy ATP Email: Patrickmurphy@fdle.state fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




FOLE

INSTRUMENT PROCESSING SHEET

Agency Eglin AFB

s/N 80-001116

Florida Department of  pate 1n 7/25/2019 DI Completion Date Qship Qp/u OH/D QcMI  QEE
Law Enforcement
Intake Performed By DP Quality Checks Performed By | Flow Calibration Performed By
@ Annual O Breath Tube Screen Flow Column #
O Registration O Replace External O-Rings O 5L/min —17mm
4 Return from CMI / EE U Instrument Set Up Verified O 15L/min = 53mm
. - U R-Value U 30L/min —103mm
Visual Inspection: =T
@ Case @ Handle 1 Flow Verification (L/s) U R-Value
@A Kevboard @ Dry Gas Shelf Flo3v;f Column # I S Posét |Calll:)r;a#tlon Verification (L/s)
4 Feet @ Breath Tube U (139 -.169) SWLaR
. 36 mm (.156 - .190) 32 mm (.139-.169)
4 Ports @ Screws Tight
_ 53 mm (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mim (.447 - 547) 53 mm (.228 - .278)
O Power cord O Printer Cable O Barometric Pressure Check 103 mm (.447 - .547)
4 static Bag 0 12V DC Cable Gauge ID #
Notes: Q stability Checks Maintenance _ Performed By
Simulator | Serial # Lot #/Exp O Battery Replacement
U Dry Gas Regulator Replacement
0.050
O Breath Tube Replacement
Final Release Date 0.080 U Other
: Temperature Checks Performed By
O Lab Temp °C
0.200 o _
External Digital Therm. ID#:
O 34°C +-.2 Serial #:
0.080 DGS N/A 3 34°C +-.2 Serial #:
[ 34°C +-.2 Serial #:
Calibration Adjustment Performed By Department Inspection Performed By
Barometric Pressure Gauge ID# Barometric Pressure ID#
Simulator Serial Number | Lot Number | Expiration Gauge Instrument
0.000 N/A N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock Solution Lot # .
0.100 Simulator Serial Number
0.200 0.000
i Interferent
0500 0.050
0.080 DGS N/A 0.080
U Post Calibration Adjustment Stability Checks 0.200
Simulator Serial Number | Lot Number | Expiration s
Q.50 O Form 41 O Post-Stability Checks
0.080 U Stability Checks O Flow Calibration
0.200 U Calibration Certificate O Form 40
0.080 DGS | N/A U Calibration Adjustment O Other
Notes/Suggested Service: U instrument Complies with Chapter 11D-8, FAC
O instrument Does Not Comply with Chapter 11D-8, FAC
O Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use
O Conduct an Agency Inspection Before Evidentiary Use
Tech Review / Date Admin Review / Date

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

FDLE/ATP Form 48 January 2018 Page 1 of 1

Issuing Authority: Aicohol Testing Program



Return Material Authorization

shipto: V] cMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: James Blackwell on 3/7/2019
ltems Returned: Instrument 4] Supplies (0  Other (] Describe:
Instrument Model: 8000 Serial Number: 80-001116
Bill To Address: Ship to Address:
James Blackwell FDLE Off-Site Mail Facility
Eglin Air Force Base c/o Florida Department of Law Enforcemen
302 West D Avenue, Suite 102 Alcohol Testing Program
Eglin Air Force Base, FL 32542-6841 813B Lake Bradford Road
Tallahassee FL 32304

Reason for Return:

Power supply problem -- display flashes, then returns to the red light power on condition

Please choose one of the following options:
HER , authorize all repairs.
(2 i , authorize repairs up to $

V13 i require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: James Blackwell

Phone #: 8950-428-7729 Email: jJames.blackwell.12@us.af.mil
ATP Contact Name: Patrick Murphy ATP Email: Patrickmurphy@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 10f 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




FOLE

INSTRUMENT PROCESSING SHEET

s/N 80-001116

Agency Eglin AFB PD

Florida Department of pate 1n 02/08/2019 i Completion Date Qship QP/U QH/D OCMI DEE
Law Enforcement
Intake Performed By 3% [ Quality Checks Performed By Flow Calibration Performed By
Annual 0 Breath Tube Screen Flow Column #
U Registration O Replace External O-Rings Q 5L/min - 17mm
O Return from CMI / EE Q Instrument Set Up Verified 3 15L/min = 53mm
Yisuallitspectine O R-Value — O 30L/min —103mm
@ Case @ Handle Q Flow Verification (L/s) U R-Value
B Keyboard @ Dry Gas Shelf FIc;\.; Column # . FEII Post ICallbritlon Verification (L/s)
4 Feet @ Breath Tube o tm (i:g -.169) 03\;' Column o 165
@ Ports @ screws Tight i {156 150) mm (139 -.169)
) 53 mm (.228 -.278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm (.447 - .547) E%:mm (.228 - .278)
- POW_EF cord U Printer Cable U Barometric Pressure Check 103 mm (.447 - .547)
\4 Static Bag O 12v DC Cable Gauge ID #
Notes: U Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
O DryGasR | Repl t
fhEs 5017070 ry Gas Regulator Replacemen
U Breath Tube Replacement
= 07/25/2019 Q oth
Final Release Date 0.080 201707E Lher
' Temperature Checks Performed By
07/25/2019 Q Lab Temp °C
0.200 201707C External Digital Therm. ID#:
07/24/2019 034°C+-2 Serial #:
0.080DGS | N/A 034°C +-2 Serial #:
349C +-.2 Serial #:
Calibration Adjustment Performed By Department Inspection Performed By
Barometric Pressure Gauge ID # Barometric Pressure ID#
Simulator Serial Number | Lot Number | Expiration Gauge Instrument
0.000 N/A N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock Solution Lot #
0.100 Simulator Serial Number
0.000
0.200
Interferent
0.300 0.050
0.080 DGS N/A 0.080
U Post Calibration Adjustment Stability Checks 0.200
Simulator Serial Number | Lot Number | Expiration Atbachmerrts
0.050 O Form 41 0 Post-Stability Checks
0.080 Q stability Checks Q Flow Calibration
0.200 O Calibration Certificate O Form 40
0.080 DGS | N/A O Calibration Adjustment Q Other
Notes/Suggested Service: U Instrument Complies with Chapter 11D-8, FAC
O instrument Does Not Comply with Chapter 11D-8, FAC
U Return to/Place into Evidentiary Use
& Remain Out of Evidentiary Use
0 Conduct an Agency Inspection Before Evidentiary Use
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1







