INSTRUMENT PROCESSING SHEET
Agency H‘ENDV-LI CDI.UO"'U SO sN__ SO~ ~00l207]

Date In Qllgllﬁ DICompletlonDate (g(l;ltli Qship MP/U OH/D Qcmi OEE

FOLE

Florida Department of
Law Enforcement

intake Performed By “2° | Quality Checks Performed By _¥%° | Flow Calibration Performed By
Annual K2 Breath Tube Screen Flow Column #
O Registration ﬂ Replace External O-Rings O 5L/min-17mm
0 Return from CMI / EE Instrument Set Up Verified O 15L/min = 53mm
i lamsesion: R-Value 0 30L/min - 103mm
R : ¥ Flow Verification (L/s) 0 R-Value
Case ﬁ Handle ] : rirmas
Flow Column # ol 0 Post Calibration Verification (L/s)
ﬁKeyboard M Dry Gas Shelf
32 mm N (¥]s) {(.139-.169) | Flow Column #
Feet ¥ Breath Tube
Horis K screws Tight 36 mm A5 (.156-.190) | 32mm (.139 - .169)
b & 53mm___ .23 (228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm Yz (447-.547) | 53mm (228 - .278)
O Power cord U Printer Cable Barometric Pressure Check 103 mm (.447 - .547)
O Static Bag 0 12v DC Cable auge ID #
Notes: ‘El Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp O Battery Replacement
0 Dry Gas Regulator Replacement
ese D291 goo1d O Breath Tube Replacement
: ] -a—ﬁ——i O Other
Final Release Date 0.080 q Dl 0" Check s lﬂ
293 5 = Temperature Checks Performed By
st 0.200 =P 10%’% ElLab Tertp 2C
: D39 | 201101C || £yierna) Digital Therm. 1D#: m
JUN 17 2019 S 9 1-24-19 ™ 34°C+-2 Serial#: SD
. 0.080DGS | N/A AGS 31309 X 34°C+-2 Serial #:
tin : ’
AlcORb! Tt l-14-20 34°C +-.2 Serial #:
Program
Calibration Adjustment Performed By Department Inspection Performed By _2rE
Barometric Pressure Gauge ID# Baromefric Pressure ID#
Simulator Serial Number | Lot Number | Expiration Gauge Instrument l0‘5
0.000 N/A N/A Mouth Alcohol Solution Lot # o1 —
0.040 Acetone Stock Solution Lot # O\s—
0.100 Simulator Serial Number
0.000 SPAUWS
0.200 S
- Interferent 6 Caol o
0.080DGS | N/A 0.080 S’D
0 Post Calibration Adjustment Stability Checks 0.200 (g
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 B Form 41 O Post-Stability Checks
0.080 B stability Checks Q Flow Calibration
0.200 Calibration Certificate Form 40 ..
0.080 DGS N/A Q Calibration Adjustment Other I!M‘hoﬂd
Notes/Suggested Service: T8Z 7o @mec] adalrtronaf [ instrument Complies with Chapter 11D-8, FAC
DAS stability frst< 10 ensuse 0O Instrument Does Not Comply with Chapter 11D-8, FAC
a ol 2eliabiifu. 4 Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use
- ﬂ Conduct an Agency Inspection Before Evidentiary Use
/] =]
v | [PODDMER ¢liafig I [l
L0 [ i AN L1219
Tech Review / Date } Admin Review / Date '

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: HENDRY COUNTY S.0. Serial Number: 80-001207
Time of Inspection: 11:10 Date of Inspection: 06/12/2019 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostiec Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201707D Lot#:201707E Lot#:201707C (g/210L)

Exp: 07/25/2019 Exp: 07/25/201% Exp: 07/24/2018 Lot#:AGB31804
Exp: 11/14/2020

0.000 0.049 0.080 0.196 0.079 / 0.080
0.000 0.048 0.081 0.198 0.079 / 0.080
0.000 0.049 0.081 0.128 0.079 / 0.080
0.000 0.049 0.080 0.1989 0.079 / 0.080
0.000 0.049 0.079 0.198 0.079 / 0.080
0.000 0.048 0.080 0.198 0.078 / 0.080
0.000 0.049 0.080 0187 0.078 [/ 0.080
0.000 0.049 0.080 0.157 0.078 [/ 0.079
0.000 0.049 0.081 0.197 0.078 / 0.079
| 0.000 0.049 0.080 0.198 INT / 0.079
Standard Deviations | 0.0004 0.0006 0.0008 0.0005 / 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0005 Number of Simulators Used: S

Remarks:
08: Interferent Detect.-CAUSE UNKNOWN

The above instrument complies X ) does not comply | ) with Chapter 11D-8, FAC.

I certify that formed s ;nsp on in accordance with the provisions of Chapter 11D-8, FAC.
SHAYLA D PLATT

Signatu:e and Printed Name
06/12/2019%
Date M

R M (54 J‘""
il Y A mmi Y

THE SEAL & _,5‘“_._) i lz

FDLE/ATP Form 41 —Revised August 2003
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AENDRY COUNTY 5.6,
Intoxilyzer - Aliconel fnalyzer

Mode! 8300 SN EQ-ED:207
16/12/2013

Softuzre: 8100.27

Test ine
Eir Blang 5O . i
Control Tect 0,081 H:2]
8ir Blank 0.000 11:22
Contro! Test 0,681 112
Qir Blank 1,004 :23
Control Test [.08] [:25
air Rlank 0,009 11:2¢
Contrel Test 0.08] li:24
ir Blang 0,360 50
Contre] Test B8l i:25
Air Blank 0,000 11:25
Contral Test g.08] H:d6
air Blank 6,000 ;26
Contral Test 0.082 11:27
Rir Blank 0,600 1127
Control Test 0,080 .27
Air Blank 0.000 il:28
Control Test 0.082 I1:28
Rir Blang 0.%00 1:28
Control Test 0.081 123
Rir Blank .03 I3
Tontrof Test 0. I8! :3
air Blank 0,000 H:3
Control Test 0,081 i3
Rir Blank 9,000 1:3
Contro} Test 0.6 1i:32
Rir Blank {.a0o 1.3
Control Test 0.08l 1:32
fir Blank ] 1: 33
Controi Test 0,080 11:33
Air Blank 0,400 1:34
Contra) Test 0.08! 11:34
Air R1ank 0200 38
Control Test 0.08 11:38
Rir 3lan (.00 X
Control Test {.08] 0%
Rir Blant 0.000 3%
lontrol Test 058 13
Rir Biani 0,563 i3
Contro) Test 0,351 3
Rir Blang R 1:38

Contra!l Test S:ats

Ruerage 0. 1608
514 e, 1.060¢ ’D@‘IS

Rel Std Deulz) 10.7252

Q“#‘” b\\/lo\\;

[ HEREBY CERTIFY THE AUTHENTICITY
OF THE SEAL APFIXED HERRTO.

g



F E’g L E INSTRUMENT PROCESSING SHEET
Agency H'E-N'Dra-l' COWK{ SO S/N 80”00{&0‘7
Florida Department of  paten (o | 12[19 i completion Date (e/t2/19 osnip My QWD Oowi QEE

Law Enforcement

Intake Performed By € Quality Checks Performed By 5% | Flow Calibration Performed By
m Annual K Breath Tube Screen Flow Column #
U Registration ﬁ Replace External O-Rings O 5L/min-17mm
O Return from CMI / EE Instrument Set Up Verified O 15L/min = 53mm
Vsl IsBEatiBa: ﬁl R-Value 188 O 30L/min — 103mm
P i ﬁ Flow Verification (L/s) O R-Value
Case ﬁ Handle ; " S
Flow Column # le E IOI O Post Calibration Verification (L/s)
ﬁ Keyboard ] Dry Gas Shelf
W Feet M Breath Tube 32 mm . |[ta© (.139-.169) | Flow Column #

Bets X Screws Tight 36 mm 15 (.156 -.190) 32 mm (.139 - .169)
¥ _ S s3mm__-23% (228-.278) | 36 mm (156 - .190)
Other Equipment/ Accessories: 103 mm Y92 (.447 - .547) 53 mm (.228 - .278)
O Power cord U Printer Cable Barometric Pressure Check 103 mm (.447 - .547)
[ static Bag 12V DC Cable Gauge ID #

Notes: Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
[ Dry Gas Regulator Replacement
2030 D291 ?70515‘?1;3 O Breath Tube Replacement
Final Release Date 0.080 20\0E 4 Other
) SD Squg Temperature Checks Performed By
FDLE _"'36"'!6} ¥ Lab Temp °C A
0.200 S‘Dsq[éq o|1o1c External Digital Therm. ID#: 0GB
JUN 17 2019 : 3&% A 349C +2 serial#: SD
i 0.080 DGS N/A 150 o 4. 1 e
Hicalicl Teution EB31% P} 34nc +.2 Serial #:
-4 -20 ﬁ 34°C +-.2 Serial #:
Program
Calibration Adjustment Performed By Department Inspection Performed By _ €
Barometric Pressure Gauge ID # Barometric Pressure ID# __( Q 8( QE
Simulator | Serial Number | Lot Number | Expiration GaugéN+&t+te 1015 Instrument | OVS
0.000 N/A N/A Mouth Alcohol Solution Lot # 209 -%
0.040 Acetone Stock Solution Lot # 20 \?"ﬂ
0.100 Simulator Serial Number
0.200 0.000 SPHA S
' Interferent SDA
0.300 0.050 SO
0.080DGS | N/A 0.080 SP3( %§
O Post Calibration Adjustment Stability Checks 0.200 S‘D3°l(o
Simulator Serial Number | Lot Number | Expiration Aftachments
0.050 W Form 41 O Post-Stability Checks
0.080 B Stability Checks O Flow Calibration
0.200 X calibration Certificate Forma4o .
0.080D0GS | N/A Q Calibration Adjustment other Rddrhonal
Notes/Suggested service: T8 Ao eMed _adlrizonal ﬁ Instrument Complies with Chapter 11D-8, FAC
D4S stability frst< 1o ensusze O Instrument Does Not Comply with Chapter 11D-8, FAC
Acoeracey &.lfU o Reliab;Ufy. 5P P Return to/Place into Evidentiary Use
! v O Remain Out of Evidentiary Use
F Conduct an Agency Inspection Before Evidentiary Use
: V] [IDDPAER Clia]is
T R ) K 2 | 219
Tech Review / Date Admin Review / Date
FDLE/ATP Form 48 January 2018 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use ONLY



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: HENDRY COUNTY S.0. Serial Number: 80-001207
Time of Inspection: 11:10 Date of Inspection: 06/12/2019 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcochol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201707D Lot#:201707E Lot#:201707C (g/210L)

Exp: 07/25/2019 Exp: 07/25/2019 Exp: 07/24/2019 Lot#:AC831804
Exp: 11/14/2020

0.000 0.049 0.080 0.196 0.079 / 0.080
0.000 0.048 0.081 0.198 0.079 / 0.080
0.000 0.049 0.081 0.198 0.079 / 0.080
0.000 0.049 0.080 0.199 0.079 / 0.080
0.000 0.049 0.079 0.198 0.079 / 0.080
0.000 0.048 0.080 0.198 0.078 / 0.080
0.000 0.049 0.080 0.19% 0.078 / 0.080
0.000 0.049 0.080 0...187 0.078 / 0.079
0.000 0.049 0.081 0197 0.078 / 0.079
0.000 0.049 0.080 0.198 INT / 0.079
Standard Deviations | 0.0004 0.0006 0.0008 0.0005 / 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0005 Number of Simulators Used: S

Remarks:
08: Interferent Detect.-CAUSE UNKNOWN

The above instrument complies X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that formed this 1nslp on in accordance with the provisions of Chapter 11D-8, FAC.
%A .,é SHAYLA D PLATT

Signature and Printed Name

. Wk A\ e

FDLE/ATP Form 41 —Revised August 2005
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HENDRY COUNTY &.3,

intoxilyzer - Alcahol Analyzer

Mode! 8300 SN 86-00i27
161272015

Softugre; 810027

Test g2l Ting
Air Blank p.ooe . il:el
Centrol Test £.08! 1:2]
8ir Blank 0,900 11:22
Control Test 0.08) i:22
fir Blank 0.000 i3
Control Test 0.08) 11:23
Air Rlank 0.008 I1:24
Control Test 0,081 1i:24
Air Blank 0,008 128
Contrel Test 0,181 11:25
Rir Blank  © p.000 125
Control Test 0. 080 1:26
8ir Blank 6,000 11:26
Control Test 0.082 11:27
Air Blank £.400 11:27
Contro] Test 0,080 {27
Air Blank 0.000 i1:28
Control Test 0.082 11:28
Air Blank 0.000 11:29
(ontrol Test 0.081 11:23
Air Blank 0009 15:30
Control Test 0.08! 1:38
Air Blank 0.008 1230
Contral Test 0.081 i3
Rir Blank 1,000 H:30
Control Test 0.081 11:32
Rir Blank f.000 11:32
Contral Test 0,181 13
Air Blank 0,600 11:33
Control Test 0.080 11:33
Rir Blank 0.400 1:34
Control Test 0.08! 11:34
Air Blank £.400 13
Control Test 0.081 11:35
Rir Blank G.000 35
Control Test 0.8 11:36
Rir Blank 0,000 - i3
Control Test 0,081 {1:37
Air Blank 0,600 137
Control Test 0,081 13
Air Blank .00 . 11:38

Contral Test Stats

Auerage 0.0808
St Deu v PGS

Rel Std Deu(x) 0.7262



