Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: UMATILLA PD(LAKE SO) Serial Number: 80-000836
Time of Inspection: 22:57 Date of Inspection: 12/16/2020 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201910D Lot#:201908B Lot#:201902C (g/210L)
Exp: 10/22/2021 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:970670
Exp: 06/07/2021
0.000 0.049 0.080 0.201 0.078
0.000 0.050 0.081 0.201 0.078
0.000 0.050 0.080 0.201 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this :jjfisﬁaﬁh in acco e with the provisions of Chapter 11D-8, FAC.

Yo%

Signature and Printed Name

BRONSON M BINDER

12/16/2020
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -~

INTOXILYZER 8000

Agency: UMATILLA BPD (LARE 20) Serial Number: 80-000836
Time of Inspection: 23:54 Date of Inspection: 08/03/2020 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subiject WTest: 0,000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yeg
Diagnostic Check (Pozt-Inspection): OK

Yag
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20¢/210L Tast 0.08 g/210L
Test (g/210L) {g/210%L) (g/210L) Dry Gas Std Test
(g/21.0L) Lot#:201811C Lot#: 2019088 Lot#:201902C {g/210L)

Exp: 11/13/2020 Exp: 08/07/2021 Exp: 02/20/2021 Loti#: 970670

Exp: 06/07/2021
¢.000 0.050 0.080 0.200 0.079
¢.000 ¢.050 0.080 0.200 0.078
0.000 ¢.051L 0.080 0.200 0.079

Humber of Simulators Used: 5

Remarks:
AF / MZA: No Sample Provided/TOOK TOO LONG TO FROVIDE SAME.

The above instrument complies ( X ) does not comply { ) with Chapter 11D-8, FAC.

T certify that I hold a valid Florida Deph

perEoszgﬁshis inspection in acco dance w
wh o 4 250 plTHY

ptment of Law Enforcement Agency Inspector Permit and that I
he provisions of Chapter 11D-8, FAC.

BINDER / PITCHER

08/05/2020

Date

FDLE/ATP Form 40— March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: UMATILLA PD(LAKE SO) Serial Number: 80-000836
Time of Inspection: 17:51 Date of Inspection: 06/24/2020 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imnspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201811C Lot#:201908B Lot#:201902C (g/210L)
Exp: 11/13/2020 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:970670
Exp: 06/07/2021
0.000 0.050 0.081 0.202 0.078
0.000 0.051 0.081 0.202 0.078
0.000 0.051 0.081 0.201 0.078
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Departme
performed, this inspection in accordance wi

Y < 202 m/p

of Law Enforcement Agency Inspector Permit and that I
rovisions of Chapter 11D-8, FAC.

BINDER / PITCHER

V4 dnature’ and Printed Name

06/24/2020
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: UMATILLA PD(LAKE S50) Serial Number: B0-000836
Time of Inspection: 10:56 Date of Inspection: 05/05/2020 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcchol Free Subject Test: 0.000

Yes
Mouth Alcchol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection}: OK

Yes
Aloohol Free 0.05g/210L Test 0.08g/21Q0L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) (g/210L) {g/210L)} Dry Gas Std Test
(g/210L) Lot#:201811C Lot#:201508B Lot#:201902C (g/210L}

Exp:r 11/13/2020 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:970670

Exp: 06/07/2021
0.000 0.049 0.079 0.198 0.078
0.000 0.045 0.079 0.199 0.078
0.000 0.049 0.079 0.200 0.078

Humber of Simulators Used: 5

Remarks:

The above instrument complies ( X

performed this in

) dces not comply (

) with Chapter 1L1D-8, FAaC.

I certify that I hold a valid Florida Depaztme £ Law Enforcement Agency Inspector Permit and that I
ection in acgordance with/%t ) isions of Chapter 11D-8, FAC.
f;;” 42!:7 BINDER / PITCHER

Vo R 7 o502

M

FDLE/ATP Form 40 — March 2004

05/05/2020
Date

ture ‘and Printed Name




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: UMATILLA PD{LAKE S50} Serial Number: 80-000836
Time of Inspection: 11:07 Date of Inspection: 04/13/2020 Software: B8100.27
Check or Test . YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Pogt-Inspection): OK
Yes
Alvohol Frea 0.05g/210L Test 0.,08g/210L Test 0.20g/210L Test ¢.08 g/2101,
Tast {g/210L) {g/210L) (g/210L} Dry Gasg S5td Test
{g/210L) Lot#:201811C Lot#:201908B Lot#:201902C (g/210L)
Exp: 11/13/2020 Exp: 08/07/2021 Exp: 02/20/2021 Lotd#: 970670
Exp: 06/07/2021
0.000 0.04%7 0.078 0.19¢ 0.079
0.000 0.048 0.079 0.198 0.078
0.000 0.048 0,072 0.198 0.078

Rumber of Simulators Used: 5

Remarks:

The above instrument compliesz { X

) does not comply {

} with Chapter 11D-8, FAC.

2502

provisions of Chapter 11D-8, FAC,

BINDER / PITCHER

7 I hold a wvalid Florida Department of Law Enforcement Agency Ingpector Permit and that I

ﬂ Hig/ inspection in accoxdance wﬂ?

FDLE/ATP Form 40 — March 2004

§1gnaturb and Printed Name

04/13/2020
Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000836
Software: 8100.27

Agency: UMATILLA PD(LAKE S0)

Time of Inspection: 18:40 Date of Inspection: 03/25/2020

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnogtic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yesg
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Tast (g/210L) {g/210L) {g/210L)} Dry Gas Std Test
(a/210L) Lot#:201811C Lot#:2019508B Lotft:201902¢C (g/210L)

Bxp: 11/13/2020 Exp: 08/07/2021 Exp: 02/20/2021 Lot#:970670

Exp: 06/07/2021
0.000 0.049 0.079 0.198 0.079
0.000 0.049 0.080 0.189 0.078
0.000 0.0c49 0.07%9 0.199 0.079

Number of Simulaters Used: 5

Remaxks:

The above instrument complies { X ) does not comply { ) with Chapter 11D-8, FAC.

T certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T
performed this inspectg in agcordance with the provisions of Chapter 11iD-8, FAC.

W S A= Zsoz

Signature and Printed Name

BRONSON M BINDER

03/25/2020
Date

FDLE/ATP Form 40 — March 2004



1l
Florida Department of Law Enforcement /000[@
Alcohol Testing Program 40" L

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agencys UMATILLA PD(LAKE 80)
Time of Inspection: 02:22

Serial Number: 80-000836

Date of Inspection: 02/21/2020 Software: 8100.27

Check or Test YES | NO
Date and/or Time Adjusted - 1
Yo |
Diagnostic Check (Pre-Inspection): OK
Yes
‘Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Kot Met
. Yes
| Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK ]
Yes |
aAlcohol Free 0.05g/210L Test | 0.08g/210L Test 0.20g/210L Test 0.08 g/210L T
Test {g/2101L) | {g/210L) {g/2106L) Dry Gas Std Test
(g/210%L) Lot#:201811C ‘ Lot#:201808E Lot#:201902¢C (g/210%}
Exp: 11/13/2020 Exp: 08/22/2020 Exp: 02/20/2021 Lot#:970670
Exp: 06/07/2021
0.000 0.049 0.080 0.200 0.080
0.000 0.048 0.080 0.200 0.079
0.000 |0.048 0.080 0.200 0.079

Humber of Simulators Used: 5

Remarls:

The above instrument complies | X ) does unot gomply { } with Chapter 11D-8, FaAC.

I heold a valid Floridas Department of lLaw Enfordement Agency Inspeator Permit and that X
ingpecotion in aoaordancjﬁ;éfy the provisions of Chapter 110-8, FaC.

/. /7 P.(i : /é PSP2  wiwver / prresEr
v /7 signhture and Printed Name
02/21/2020
Date

FDLE/ATP Form 40 ~ March 2004
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: UMATILLA PD(LRAKE £0)

INTOXILYZER 8000

Serial Number:

80-000836

Time of Inspeation: 00:41 Date of Inspection: 01/09/2020 Boftware: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
Yes
Diagnostic Check (Pre-Inspection): OK
; Yes
Alcohol Free Subject Test: 0,000
Yes
Mouth Alcochol Test: Slope Mot Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Teat 0.08g/210L Tast 0.20g/210L Test 0.08 g/210L
Test (g/210L) {g/210L) {g/alon) Dry das Std Tast
(g/210L} Lot#:201811C Lot#:201808E Lot#:201902C {F {g/2101)
Exps 11/13/2020 Exp: 08/22/2020 EBxp: oz/zo,me-ijﬂo Lot#1970670
2,09 Exp: 06/07/2021
0.000 0.049 0.079 0.197 0.079%
0.000 0.049 0.080 0.198 0.079
0.000 0.045 0.080 0.198 0.079

Numbex of Simulators Used: S

Remarks:

Time-Date changed.

The above ingtxument complies { X

I cerbify

pexfo: his inspection in acuorda
ﬁp”j&z

) does not comply {

) with Chaptexr 11Dh-8, FAC.

pertment._of Law Enforcement Agency Inspector Permit and that I

he provigione of Chapter 11D-B, FAC.

BINDER / PITCHER

FDLE/ATP Form 40—~ March 2004

: (2=
/rﬁignaturﬁ And Printed Name

01/09/2020

Datea






