FULE

INSTRUMENT PROCESSING SHEET

Agency Pinellas County

s/N 80-001003

Florida Departmentof  paie1n 3/12/2020

Law Enforcement

DI Completion Date _) MIQD ﬁsmp Qe/u O/ QcMi OEE

intake Performed By DP Quality Checks Performed By +//24 Flow Caltbration Performed By
@ Annual Breath Tube Screen Flow Column #
L1 Registration [ Replace External O-Rings O 5L/min - 17mm
LI Return from CMI / EE B Instrument Set Up Verified Q 15L/min —53mm
vi . [ R-Value 153 O 30L/min - 103mm
isual Inspection: =
Case @ Handle @A Flow Verification (L/s) ' U R-value =
@ Keyboard @ Dry Gas Shelf Flow Column # .A/TP_ \oz O Post Calibration Verification (L/s)
@ Feet @ Breath Tube 2mm_0,\5Z2 (.139-.169) | Flow Column #
@ Ports @ Screws Tight 36mm_0. .\ L7 (.156 - .190) 32 mm (.139-.169)
53mm_0,2.%4 (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm ¢, 4 .2_" (.447 - .547) 53 mm (.228-.278)
U Powercord O Printer Cable & Barometric Pressure Check 103 mm (.447 - .547)
U Static Bag 0 12v DC Cable Gauge ID #2{A3z
Notes: & Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement
0.050 Z0VA0SA g Dry Gas Regulator Replacement
7 Breath Tube Replacement
= shlotd  [05-1F202 | || § o
Final Release Date 0.080 20005 B Laer
. : — | Temperature Checks Performed Bvi&
Digitally signed 53962 05':"[4-.-’2,02—( Lab Temp °C al. T
FDLE Alcohol by FDLE Alcohol || 0-200 - ) ZIELD Y External Digital Therm. ID#: _ROD5 8>
Testing Testing Program G2078 |0F—-30-202] W'34°C +-.2 serial#: NP
Program Date: 2020.04.08 || 0.080DGS | N/A AZ331603 W 349C+-2 serial#: 1P 5D
16:00:53 -04'00' WA2/202] 0f349C+-2 serial #: QY1 0
Calibration Adjustment Performed By Department Inspection Performed By X7~
Barometric Pressure Gauge ID # Barometric Pressure ID# S
Simulator Serial Number | Lot Number | Expiration Gauge _ /0 20 Instrument f 0 22
0.000 N/A N/A Mouth Alcohol Solution Lot # ;Q-D’q )
0.040 Acetone Stock Solution Lot # 3014 —#
0.100 Simulator Serial Number
0.000 MPgbB
|| 0-200 Interferent MPHLS
0.300 0.050 m P 508 g
0.080DGS | N/A 0.080 me 5059
U Post Calibration Adjustment Stability Checks 0.200 mp‘_ﬂ)q (8)
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 Form 41 0 Post-Stability Checks
0.080 EStabiIity Checks O Flow Calibration
0.200 Calibration Certificate U Form 40
0.080 DGS | N/A U Calibration Adjustment O Other

Notes/Suggested Service:

I instrument Complies with Chapter 11D-8, FAC
U instrument Does Not Comply with Chapter 11D-8, FAC

D Return to/Place into Evidentiary Use
LJ Remain OQut of Evidentiary Use

§(Conduct an Agency inspection Before Evidentiary Use

FDLE/ATP Form 48 January 2018

Issuing Authority: Alcohol Testing Program

2020.04.07
13:29:36 -04'00"

3 2020.04.08

15:52:41 -04'00'
Tech Review / Date Admin Review / Date

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: PINELLAS COUNTY SO Serial Number: 80-001003
Time of Ingpection: 14:29 Date of Inspection: 03/29/2020 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:201905B Lot#:201904D {g/210L)

Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG931603
Exp: 11/12/2021

0.000 0.048 0.079 0.198 0.078

0.000 0.048 0.079 0.199 0.078

0.000 0.048 0.079 0.199 0.079

0.000 0.049 0.078 0.199 0.079

0.000 0.049 0.079 0.199 0.078

0.000 0.048 0.078 0.199 0.079

0.000 0.048 0.079 0.199 0.078

0.000 0.04¢ 0.079 0.199 0.079

0.000 0.0459 0.079 0.199 0.079

0.000 0.049 0.079 0.199 0.078
Standard Deviations | 0.0005 0.0004 0.0003 0.0005

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

Ny

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FaAC.

2020.04.0
I certify that I ms nspectﬁ‘:@ accordance with the provisions of Chapter 11D-8, FAC. —@ K 815:55:14
-04'00'

SHAYLA D PLATT

Slgnature and Printed Name

03/29/2020
Date

FDLE/ATP Form 41 —Revised August 2005



PINELLES COUNTY SO
Intoxilyzer - Rlconhol Analyzer

Model 8000 SN 80-001903
0371872020
Softuare; 8100.27
Test g/210L Tine
fir Blank 0,000 08:38
Control Test 0. 047 18:39
fir Blank 0.0 08:40
Control Test 0. 04? 08: 410
fir Blank 0.000 1841
Control Test 0.048 0842
Rir Blank 0.000 08:42
Control Test Stats

Ruerage 0.0473

Std Dev §.0006

Rel Std Deu() 1.21%8

<

“Operator’s Signature

srably Checks

PINELLRS COUNTY SO
Intoxilyzer - Alcohol Analyzer

tiode] 8000 SN 80-001003
13/18/2020
Software: 8100.27
Test gr2tiL Tine
Air Blank 0.000 08:44
Control Test 0.078 08: 44
Rir Blank 0.000 0845
Control Test 0.077 08:46
Rir Blank ¢.000 08:46
Control Test 0.077 08:47
Air Blank 0.000 08:48
Control Test Stats
Auerage 0,0773
Std Dey 0.0006
Rel Std Deu(x) 10,7466
wet
Qperator’s Signature
PINELLAS COUNTY SO
Intoxilyzer - Alcoho! Analyzer
Model 8000 SN 80-001003
13/18¢2020
Softuare: 8100.27
Test g2l Tine
Rir Blank 0.000 09:08
Control Test 0,08 09:09
fir Blank 0.000 09: 06
fontrol Test 0.080 09:01
Rir Blank 0.900 09:01
Control Test 0,080 13:02
Rir Blank 0.000 03:02
Control Test Stats
Auerage 0.0803
Std Dev 0,0006

Rel Std Deutx) 0.7187

Dy

/i)

Operator’s Signature

PINELLAS COUNTY SO
Intoxilyzer - flcohol Analyzer

Mode! 8000 SN 80-001003
0371872020

Software: 8100,27

Test greliL Tine
Air Blank 0.000 08:49
Control Test 0.1%4 08:50
Air Blank 0.000 (8:50
Control Test 0,195 18:51
Rir Blank - 0,000 18:51
Control Test 0,195 08:52
Air Blank 0.000 18:53
Control Test Stats

Auerage 0.1947

Std Deu 0.0006

Rel Std Deu(?)  0.29%6

Qﬂ,\/

My

BK

2020.04.0
8 15:56:15
-04'00'



PINELLAS COUNTY SO

Intoxilyzer - flcohol fnalyzer

Model 8000 SN 80001003
037292020
Softuare: 8100.27
Test g/210L Time
Air Blank 0.000 07:38
Contro] Test 0.048. 07:38
Air Blank 0.000 07:39
Contro] Test 0.048 07:40
Air Blank 0,000 07:40
Contro] Test 0.043 (7.4
Rir Blank 0.000 074!
Control Test Stats
Auerage 0.0483
5td Dev 0. 0006
Rel Std Deulz) |.1945

MPS oY

I

Operator’s Signature

Stability Checlss

PINELLAS COUNTY SO

PINELLRS COUNTY SO
Intoxilyzer - Alconc! Analyzer

Intoxilyzer - Rlcchol Analyzer

Model 8000 SN 80-301003 ode! 8000 SN 80-001003
03/29/2020 03/29/2020
softuzre: 8100.27 Softuare: 8100.27
Test 9/210L Tine Test g/210L Tine
Air Blank 0.060 07:43 Air Blank 0. 300 07:48
Control Test  0.080 17:44 Control Test 0,199 07:43
Air Blank 0.000 07:44 fir Blank 0000 17:49
Control Test 0.078 07:45 Control Test 0,198 07:50
Air Blank 0.000 07:45 Air Blank 6.000 17:50
Control Test  0.078 07:46 Control Test 0,197 17:51
Air Blank 0.000 07:47 Rir Blank 0.000 07:52
Control Test Stats Control Test Stats
Auerage 0.0787 Auerage 0.1980
Std Deu 0.0012 Std Deu 0.0010
Rel Std Deu(x) 14678 Rel Std Dev(x)  0.5051
MP508Q MPSeQA0
wet
, Dperators Signature Operator's Signature
PINELLAS COUNTY S0
Intoxilyzer - Alconol Analyzer
Mode! 8300 SN 80-001003
03/29/2020
Software: 810,27
afet
Test gel Tine \ e 04
pir Blank g.000 17:53 ,mJo\U'h X
Control Test 0.078 07:54 6 OU
Air Blank 0008 07:5¢ \ ~
Control Test 0.075 07:55 \P &W
Rir Blank 2,001 17:55 5 (’(‘"4 « O
Control Test (.80 07:55 ol Q(ﬂd .
Bir Blank 0. 00 17:5 Q \ . Al
Control Test Stats 605 e w 3\«\5
fuerage 0.0753 - 660— &}5
Std De 0. 0006 \ A\
Rel Std Devts) 0.7277 Q
Dry
2020.04
@ ( .08
oy, My 15:57:0
........ 1-04'00'

Operator’s Signature



F % I E INSTRUMENT PROCESSING SHEET
Agency Pinellas County Sheriff's Office s/N 80-001003

Florida Department of  paie 1y 02/04/2020 DI CompletionDate & |5/ 80 Hship Qp/u QH/DO Qi Qe
Law Enforcement

Intake Performed By RAW | Quality Checks Performed By w7 i/ | Flow Calibration Performed By
@ Annual & Breath Tube Screen Flow Column #
O Registration [ Replace External O-Rings U 5L/min - 17mm
U Return from CMI / EE M Instrument Set Up Verified O 15L/min - 53mm
. . & R-Value 148 Q 30L/min - 103mm
Visual Inspection: P
A Flow Verification (L/s) O R-value
4 Case @ Handle . | # ATV -\02 W ¢ S —— Verifica tion L/s)
@ Keyhoard @ Dry Gas Shelf ow Column &’ p ost Calibration Verification (L/s
IZmm__ O \§Z (.139-.169) | Flow Column #
4 Feet @ Breath Tube e e
@ Ports @ Screws Tight 3emm__ O, \G7 (.156 - .190) 32 mm (.139-.169)
_ - S3mm_ 0,224 (228-.278) | 36mm (.156 - .190)
Other Equipment/ Accessories: 103mm_ 0. Fa ¢ (447-.547) | 53mm (.228 - 278)
O Power cord  Q Printer Cable & Barometric Pressure Check 103 mm (.447 - .547)
0 Static Bag O 12v DC cable Gauge ID # 234 2,7
Notes: Bl Stability Checks Maintenance Performed By
Simulator | Serial # Lot #/Exp W U Battery Replacement
w U Dry Gas Regulator Replacement
0.050 20\qosA
— U Breath Tube Replacement
Final Release Dat MPS088 05~ 17201 U Other i
e ate ST =
SER MPSo§9 TU Q0 - | Temperature Checks Performed SE
FDLE (‘“3-'_\4"'102-‘ Lab Temp oc "
L M PQOQO 7’_0 q 04_[) External Digital Therm. ID#: ¢ 205
FEB 10 2020 04 ~30-202] 349C +-2 Serial #: %ﬂ%ﬁ_@
_ 0.080DGS | N/A AG alesol 34°C+-2 Serial #: [N PH05G
Alcohol Testmg Og_ i/‘v"—-zoi‘ 34°C +-.2 Serial #: | !
Progrem
Calibration Adjustment Performed By BE Department Inspection Performed By BE
Barometric Pressure Gauge [ [ {p ID#_ Uy YR | Barometric Pressure IDH ___ Iy Y /
Simulator Serial NumberTLot Number | Expiration Gauge 100 9 Instrument iO/ 01
0.000 MPsL G | WA N/A Mouth Alcohol Solution Lot # ___ Q0TS -5
0.040 mpgog& / Q 08\0 % -4-2] A;;;i?:titmk Solution Lot # Sergﬁ::i;rﬁ W
0.100 mMesuss [ C?/ (00 |1-9-2i 0.000 M P505L
0.200 me"b@?lf_ I ‘WJ 40 /’.Q q-21 Interferent Mex0571
0.300 MP5085" | [9070 | 1-3-81 ] |[o0s0 M P5085
Q0800es |NA 09190501 | (g-5-2]| [o0so M Posq
® Post Calibration Adjustment Stability Checks 0.200 m Fsp70
Simulator Serial Number | Lot Number | Expiration Attachments
e M 05058 | 2019050 | 5-i4-31 Brormar PPost-stability Checks
0.080 MEPoLED | 20({905B] 5- 14 -2 Stability Checks Q Flow Calibration
0.200 () P00 a@,’qC)’f() C/"B)O - | Calibration Certificate U Form 40
0.080 DGS | N/A AE&GI50] (-4 '51[ Calibration Adjustment U Other
Notes/Suggested Service: [) \'WEIZ(: NCE [N STAN erQ ﬁ_r) ﬁ!nstrument Complies with Chapter 11D-8, FAC
Ji\ﬂ-. RomeTeR REA d, N g < CRUsed by Time LA pse U Instrument Does Not Comply with Chapter 11D-8, FAC
And Approschive (e aTh e Tront. A9n & Return to/Place into Evidentiary Use
I i A U Remain Out of Evidentiary Use
W Conduct an Agency Inspection Before Evidentiary Use
. - &
A A I\
Tech Review / Date Admin Review / Date
FDLE/ATP Form 48 January 2018 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use ONLY
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: PINELLAS COUNTY SO Serial Number: 80-001003
Time of Inspection: 16:44 Date of Inspection: 02/05/2020 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes

Lf?terferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes
[ Alcohol Free 0.05g/210L Test 0.089/210L Test 0.20g/210L Test 0.08 g/210L 44ﬁ__1

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test

(g/210L) Lot#:201905A Lot#:201905B Lot#:201904D (g/210L)

Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG931603
Exp: 11/12/2021

0.000 0.048 0.078 0.200 0.080 _j

L__ooo 0.048 0.078 0.200 0.079
.000 0.048 0.079 0.200 0.079

0.000 0.048 0.079 0.200 0.080

0.000 0.048 0.079 0.200 0.079

0.000 0.049 0.078 0.200 0.079

0.000 0.049 0.079 0.199 0.079

0.000 0.049 0.079 0.200 0.079

0.000 0.049 0.078 0.200 0.079

0.000 0.049 0.078 0.199 0.079
| Standard peviations | 0.0005 0.0005 0.0004 0.0004 &
Average Standard Deviation of 0.05, 0.08 and 0.20 g9/210L Tests: 0.0004 Number of Simulators Used: 5. (5%6
Remarks:

_ﬁ;i\;of)
A

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that T peai%/ d this anspect;gn) accordance with the provisions of Chapter 11D-8, Fac.

lLZAJ CQ_. SHAYLA D PLATT

Slgnature and Printed Name

02/05/2020
Date

FDLE/ATP Form 4] —Revised August 2005



PINELLAS COUNTY SO
Intoxilyzer - Alcono! Analyzer
Model 8000
02/04/2020
Softuare: 8100.27

SN 80-001003

Test g/2liL Tine
Air Blank 0.000 14:30
Control Test 0.044 14:30
Rir Blank 0.000 14:31
Control Test 0.046 14:31
Air Blank 0.000 14:3
Control Test 0. 046 14:33
Air Blank 0.000 14:33
Control Test Stats

Auerage 0.0453

Std Dev - 0.0012

Rel Sta Deu(z) 2.5471

o

Operator’s Signature

Stabiity Checks

PINELLAS COUNTY 50
Intoxilyzer - Rlcohol Analyzer

flode! 8000 SN 80-001003
02/04/2020
Softuare: 8100,27
Test o210l Ting
Rir Blank 0.000 438
Control Test 0.076 1435 |
8ir Blank 0,000 14:36
Contral Test 0.076 14:36
Rir Blank 0.000 14:37
Control Test 0.077 14:38
Rir Blank 0.000 14:38
Control Test Stats
Auerage 0.0763
Std Dev 0.0008
Rel Std Deuts) 0.7564

wet

D

PINELLAS COUNTY S0
Intoxilyzer - Aicong) Fnalyzer

Mode! 8000 SN 80-001003 i
02/04s2020 !
Softuare: 8100.27 i
Test g/210L Time {
....................................... r
Rir Blank 0,000 14:44
Control Test 0.8 14:44
Air Blank 0.000 [4:45
fontrol Test 0.08 14:45
Air Blank 0.000 14:45
Control Test 0.082 14:45
Rir Blank 0.000 14:46
Control Test Stats
Augrage 0.08]3
Std Dev 0.00%6
Rel Std Deu(z) 1.7093

Dry

74

PINELLAS COUNTY S0
Intoxilyzer - Alcohg] fnalyzer -

Model 8000 SN 80-001003
020472020

Softuare: 8100.27

Test g210L Tine
Air Blank 0.000 14:33
Control Test 0.1% [4:40
Rir Blank 0.000 14:40
Control Test 0.1% 14:4)
Air Blank 0.000 14:42
Control Test 0.1% 14:42
Air Blank 0.000 14:43
Control Test Stats

Ruerage b.1967

Std Deu 00012

Rel Std Deutx)  10.567)
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