FOLE

INSTRUMENT PROCESSING SHEET

Agency Santa Rosa County SO

s/N_80-001303

Florida Department of pate |n 10-16-2020 DI Completion Date 10-21-2020 @ship Qp/u OH/D Qcmi QEE

I___aw Enforcement

intake Performed By IS

Quality Checks

Performed By IS

Flow Calibration Performed By

@ Annual
O Registration
Q Return from CM1 / EE

Visual Inspection:

@ Breath Tube Screen

@ R-value 157

@ Replace External O-Rings
@ instrument Set Up Verified

@ Flow Verification (L/s)

@ Case @ Handle
@ Keyboard @ Dry Gas Shelf Flow Column # ATP-105
@ Feet @ Breath Tube 32mm_0.160 s oee )
@ Ports @ Screws Tight 36 mm 0.179 (.156 - .190)
53 mm 0.252 (.228 - .278)
Other Equipment/ Accessories: 103 mm 0.535 (.447 - .547)
Q Powercord O Printer Cable @ Barometric Pressure Check
O Static Bag 0 12v DC Cable Gauge ID # 28427
Notes: @ Stability Checks
Simulator | Serial # Lot #/Exp
0.050 201905A
. MPS088 |55 14-2021
Final Release Date 0.080 Vo 201905B
FDLE Digitally signed 02611';32[2)1
by FDLE Alcohol || 0-200
AICO.hOI Testing Program i 04-30-2021
TeStIng Date: 2020.10.21 || 0-080 DGS N/A AG931603
Program 14:34:16 -04'00' 11-12-2021

Flow Column #

Q 5L/min = 17mm

Q 15L/min — 53mm

O 30L/min — 103mm
QRvalue_
O Post Calibration Verification (L/s)
Flow Column #

32mm (.139 - .169)
36 mm (.156 - .190)
53 mm (.228 -.278)
103 mm (.447 - .547)

Maintenance Performed By

Q Battery Replacement

Q Dry Gas Regulator Replacement
O Breath Tube Replacement

Q Other

Temperature Checks PerformedBy IS |

@ Lab Temp °C 21.40
External Digital Therm. ID#: 300503

@ 34°C +-.2 Serial #: MP5088

@34°C+-2 Serial #: MPS089

@34°C+-.2 Serial #: MP5090

Calibration Adjustment

Performed By |S

Department Inspection

Performed By IS |

Barometric Pressure Gauge 1019 ID#26932
Simulator Serial Number | Lot Number | Expiration
0.000 MP5091 N/A N/A
0.040 MP5082 20060 02-10-2022
0.100 MP5083 20190 04-06-2022
0.200 MP5084 20160 03-18-2022
0.300 MP5085 20030 01-21-2022
0.080 DGS | N/A 03519080A4 04-05-2021

@ Post Calibration Adjustment Stability Checks
Simulator Serial Number | Lot Number | Expiration
0.050 MP5088 201905A | 05-14-2021
0.080 MP5089 201905B | 05-14-2021
0.200 MP5090 201904D | 04-30-2021
0.080DGS | N/A AG931603 | 11-12-2021

Barometric Pressure ID# 30793

Gauge 1017

instrument 1017

Mouth Alcohol Solution Lot # 2019-B
Acetone Stock Solution Lot # 2019-A

Simulator Serial Number

0.000 MP5086

Interferent MP5087

0.050 MP5088

0.080 MP5089

0.200 MP5090
Attachments

@ Form41 @ Post-Stability Checks I
@ Stability Checks Q Flow Calibration 'l
@ Calibration Certificate O Form 40 |
@ Calibration Adjustment Q Other

Notes/Suggested Service:

@ Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC

@ Return to/Place into Evidentiary Use
O Remain Out of Evidentiary Use

@ Conduct an Agency Inspection Before Evidentiary Use

David Eliezer
Reyes Rivera

Digitally signed by David Eliezer

Date: 2020.10.21 14:01:14 0400

C,& 2020.10.2

Tech Review / Date

‘_1 14:33:45
Admin RevigWO@'Date

FDLE/ATP Form 48 January 2018

Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: SANTA ROSA COUNTY SO Serial Number: 80-001303
Time of Inspection: 10:44 Date of Inspection: 10/21/2020 Software: 8100.27
| Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No ﬁ
| Minimum Sample Volume Barometric Pressure Sensor |
Lcheck: OK Yes Check: OK Yes J \
| Alcohol Free Subject Mouth Alcohol Test: 1 1 T
| Test: 0.000 Yes !Slope Not Met Yes l !
"ﬂ-terferent Detect Test: Diagnostic Check r ’
| Interferent Detect Yes (Post-Inspection): OK Yes |
\

Alcohol Free 0.05g/210L Test VTVO.OBg/210L Test ‘ 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:201905B Lot#:201904D (g/210L) 1
] Exp: 05/14/2021 Exp: 05/14/2021 Exp: 04/30/2021 Lot#:AG011102
| Exp: 04/20/2022 '
Lo 000 0.049 0.080 0.202 10,079
10.000 0.049 0.080 0.203 0.079
0.000 0.049 0.080 0.203 0.079 ﬁ
0.000 0.049 0.081 0.203 0.079 i
0.000 0.049 0.080 0.203 0.079 ]
I0.000 0.0459 0.080 0.203 0.079 \
' 0.000 0.049 0.080 0.202 0.079 }
Fo.ooo | 0.049 0.080 0.203 0.080 }
| 0.000 | 0.049 0.080 0.203 0.079 !
1 0.000 0.049 0.080 0.203 | 0.079 1
| Standard Deviations | 0.0000 | 0.0003 | 0.0004 | 0.0003 1
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0002 Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.
I certify that I performed this inspegtion, in accordance with the provisions of Chapter 11D-8, FAC.
Qﬂ{f'dé/‘% ISRAEL SOTO
~ Signature and Printed Name
16/21/2020 Dictally simed
R s igitally signe 2020.10.
D E R g};tz:EgoRzo.toy 9§ 21
14:00:30 -04'00' 14:33:17

FDLE/ATP Form 41 ~Revised August 2005

-04'00'



SANTA ROSA COUNTY SO
Intoxilyzer - Alcoho! Analyzer
Mode! 8000
1071522020

Sof tuzre: 8100.27

SN 80-001303

Test gL Time
Air Blank 1.000 13:30
Control Test 0.048 13:31
fir Blank 0.000 13:32
rontrol Test 0.047 13:32
fir Blank 0.000 13:33
Control Test 0.047 13:34
fir Blank 0.200 13:34
Control Test Stats

Average 0.0473

Std Deu 0.0006

Rel Std Deu(z] 1,219

A

Operator‘s Signature

Sabilky ec ks

SANTA ROSA COUNTY S0
Intoxilyzer - Alcohol Analyzer

Mode! 8000 SN 80-001303
1071672020

Software: 8100.27

Test graliL Tine
fir Blank 0.000 13:44
Control Test 0.078 13:44
Rir Blank 0,000 13:45
Control Test 0.076 13:48
Rir Blank 6.000 13:46
Control Test 0.07%6 13:47
Air Blank 0.000 13:48
Control Test Stats

Auerage 0.0767

Std Deu 0.0012

Rel Std Deu(x)  1.5061

wet

Lo

Operator’s Signature

SANTA ROSA COUNTY SO
Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001303
1071622020
Software: 8100.27
Test g/2llL Tine
fir Blank 0.000 14:04
Control Test 0.079 14:04
Rir Blank 0.000 14:05
{ontrol Test 0.079 14:05
fir Blank 0,000 14:05
Control Test 0.280 14:05
Rir Blank 0.000 14:06
Control Test Stats

Auerage 0.0793

Std Deu 0.0006

Rel Std Deu(z) 0.7277

Dry

4

Operator’s Signature

SANTR ROSA COUNTY SO
Intoxilyzer - Rlcohol Analyzer

Modei 8000 SN 80-001303
1071672020
Software: 8100.27
Test g/2l0L Time
fir Blank 0.008 13:57
Control Test 0.202 13:58
Air Blank 0.000 {3:59
Control Test 0.200 13:5%
Air Biank §.000 14:00
Control Test 0.199 14:01
Rir Blank f.000 14:01
Control Test Stats
Ruerage 0.2003 .
Std Deu 0.0015
Rel Std Deul%) 0.7625
Operator’s Signature
Digitally signed
by DERR
DER ot
2020.10.2
1
14:32:57
-04'00'
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opt. Bench Cal Adj.

SANTA ROSA COUNTY S0
Intoxilyzer - Rlcchol Analyzer

fode] 8000 SN 80-001303
1021972021 08:06:26

futo Calibration
Max Power Res Ualue = 39
Auto Range Res Ualue = 23

Sol Ualue = 0.000 g/210L x#x
Fit value = 0.0000 mg/1 %27%
Sanples Taken = ¢, Discarded = |
3um o = 12748, Sun lo = 13397
<< CHANNEL 1 »»>>»>
Sample % Abs (% Abs Ref)

Semple Bl = 0.1710  (-0,0330)
Semple #2 = 0.1540  (-0.0160)
Saple 3 = 01710 (0.0010)
Sample #4 = 0.1510  (0.0150)

Aug % Abs = 0.1587 (-0.0000)
SID DEU = 0.0108 (0.0155)
REL STD DEV = 6.798 (2500343296. 000

<<<<< CHANNEL 2 »>»»»

Sample % fbs (% Rbs Ref)
Sample #l = 0.1360 (-0.0200
Sample K2 = 10,1230 (-0.004D)
Sample K3 = [L.1400  (D.000)
Sample K4 = 0.1310 (-0.0050)

Rug % Rps = 0.1313 (-0.0000)
STD 02U = 0.0085 (0.0078)
REL STD DEU = 6.476 (S031714816.000)

Sol Ualue = 0.040 g7210L #x
Fit valve = 0.1905 mg/i 2237
Samples Taken = 4, Discarded = |
3um 1o = 127242, Sun o = 13382
<<<<< CHANNEL | o>
Sanple % Abs (% Abs Ref)

Sample #1 = 0.9070  (-0.0050)
Sarple B2 = 0.8830  (0.0090)
Sample #3 = 0.8860  (0.0320)
Sample 4 = ,8760 (0. 0420}

Aug % Abs = 0.8823 (0.0277)
STO OEU = 0.0035 (D.0169)
REL STD DEV = 0.524 (61,162

<<<<< CHANNEL 2 »>»>»
Sample % fbs (% Abs Ref)
Sample 1 = 1.5770 {-0.0170)
Sample #2 = 1.5450 (0,0150)
Sample #3 = [.5200 (0.0420)
Sample #4 = 1.5500 (0,0250}
Rug % Abs = 1.5383 (0.0273)
STD OBV = 0,016 (0.0137)
REL STD DEU = 1,045 (49.940)

Sol Ualue = 0.100 g/210L #xx
Fit value = 0.4762 ng/1 %4%
Samples Taken = 4, Discarded = |
3um To = 12734, 9um Jo = 13388
<< CHANNEL 1 >
Sample % Abs (% Bbs Ref)

Semple K1 = 2.0010  (-0,0070)
Sample #2 = 1.9400 (0.04083
Sample H3 = 1.%600  (0.0520)
Sample H4 = 1.9580  (0.0680)
Rug % Rbs = 1.9527 (0.0533)

STODEU = 0.0110 (D.0140)
REL STD DEU = 0,564 (26.339)

<K< CHANNEL 2 >»»
Sample % Abs (% Abs Ref)
Sample #l = 3.6400 (-0.10030)
Sample 2 = 3.5800  (0.0500]
Sample #3 = 3.5830 (0. 05403
Sampie #4 = 3.5750 (0.0720)
Aug % Abs = 3,5793 (0.0587)
STDDEU = 0.0040 (0.0117)
REL STO DEU = 0.113 (19.975)

So! Uzlue = 0,200 g/2100 xxx
Fit value = 0.9524 mg/} %274
Samples Taken = 4, Discarded = |
3um lo = 12727, Sun To = 13382
<<<<< (HANNEL 1 >»»
Sample Y Abs (% Abs Ref)

Sample #1 = 3.7510  (-0.0040
Sample H2 = 3.6300  (0.0650
Sarple H3 = 37110 (0.0760)
Sarple H4 = 3.7100  (0.0680)

fug % Aos = 3.7037 (0.0700)
STODEU = 0.0118 (0.0056)
REL STO DEV = 0.320 (7.954)

<«<<< CHANNEL 2 »>>»
Sanple % Abs (% Abs Ref)
Sample §1 = 6,9710  (-0.0170)
Sample #2 = 6.8710 (0.0930)
Sample #3 = 6.8740 (0. 1120
Sample 4 = 6,8380  (0.1260)
Aug % Abs = 6.8610 (0.1103)
STD OEV = 0.0200 (0.0t66)
REL STD DEU = 0,291 (15.012)

Digitally signed

D E R by DERR
Date: 2020.10.21

13:59:06 -04'00"

2020.10.2
(:iégi 114:32:14

-04'00'

Sol Ualue = 0,300 g/210L #xx
Fit value = 1,4286 ng/1 %ust
Samples Taken = 4, Discarded = |
3um lo = 12722, 9un To = 13377
<< CHANNEL 1 oo
Sample % Abs (% Abs Ref)
Sample #! = 5.4220  (0.001D)
Sample W2 = 5.3480  (0.0750)
Semple #3 = 53110 (0.1170)
Sample #4 = 5,330  (0.0991)
Rug % Abs = 5.3303 (0.0970)
STD DEV = 0.0186 (0.0211)
REL STD DEU = (.348 (21.723)

<K<« CHANNEL 2 >»>»
Sample %Abs (% Rbs Ref)

Sanple &1 = 9.9320 (-0.0050)
Sample #2 = 9.8260  (0.1380)
Sample H3 = 9.7780 (0.1880)
Sample #4 = 9.7780 (0.19t0)
Aug % Rbs = 9.7940 (0.1723)
STO DEU = 0.0277 (0.0298)
REL STO DEV = 0,283 (17.279)

sxeex QUTO CAL DATA s
<<« CHANNEL | »»»»
Sol Ual = 0.0000 mg/1 or 0.000 g/210L
s = 0159
Std Deu = 0.01 Rel Std Dev = 6.80
Sol Ual = 0.1305 mg/1 or 0.040 gr210L
ZRbs = 0.882
Std Dev = 0.00 Rel Std Dev= 10.62
Sol Ual = 0.4762 mg/1 or 0,100 ¢/210L
LRbs = .95
S5tdDev = 0.0f Rel Std Dev = 10.56
Sol Ual = 0.954 mg/1 or 0.200 g210L
TAbs = 37
StdDev = 0.01 Rel Std Dev = 0.3
5ol Ual = 1.4286 mg/1 or 0.300 g/210t
TS = 5.3
Std Deu = [0.02Rel Stdlev= 1.35
Zero Order Coef = -384.21
First Order Coef = 2543.67
Second Order Coef = 38.56
Standard Deuiation = 30.236824
<< CHANNEL 2 >
Sl Ual = 0.0000 mg/1 or 0.000 g/210L
YRbs = 0,131
Std Dev = 0.01 Rel Std Dev = .48
Sot Uzl = 0.1905 mg/! or 0,040 gr210L
RS = 1,538
StdDeu= D02 Rel StdDev= 1.04
S0l Uat = 0.4762 mg/1 or 0,100 g7210L
TRs = 357
Std Dev = 0.00 Rel Std Dev = 10.11
S0l Ual = 0.9524 mg/] or 0.200 g210L
ZRbs = 6.851
Std Dev = 0.02Rel StdDev= (.29
Sol Ual = 1.4286 ng/1 or 0.300 g/210L
A5 = 9,794
StdDev = [0.03Rel StdDev= 10.28
Zero Order Coef = -144.47
First Order Coef = 1293.09
Second Order Coef = 18.17
Standard Deviation = 41,7772



opt. Bench

al. Adj

) Solution Stats Quadratic Fit Chan 1!

oAt Fit Residual
Lol gRlll ¢/21L
(0,000 0.000 -0.0004
1 0.040 0,040 0.0003
P01 0,09 0.0007
t0.2000 0.2 -0.0008
103000 0300 0.0003

[

Solution Stats Quadratic Fit Chan 2 '

Rt Fit Residual
Pgelll g2l g1l
0,000 .00l -0.0005
0.040 0040 0.0004
D00 0.0 0.0008
P00 b2 -0.0012
0

000 0.300 0.0005

Sol Ualue = 0.080 g/210L xkx
Fit valye = 0.3810 mg/1 %4%
Samples Taken = 4, Discarded = |
wxecx CHANNEL |

Sample #1 = 2980.00

Senple B2 = 2928.00

Sample #3 = 2965.00

Sample #4 = 2924.00

Ruerage Result = 2939,0000
STD DEU = 22.6053

REL 57D DEU = 0.769

f2iees sl

xxokx CHANNEL 2

Sanple #1 = 3332.00

Sanple #2 = 3313.00

Sample #3 = 3336.00

Sample #4 = 3342.00

Auerage Result = 3330.3333
STD DEY = 15.3080 )

REL STD BEU = 0.460

pesiests ity

Dry Cas H20 Rdjust ResUlts sxxwkskkek

Barometric Pressure = 1019

3 un H2O Adjust (mgs1x10,000) = 870
9 um H20 Adjust (mg/1x10,000) = 478

weex AUTO CAL PASS

Digitally signed

DERR:%
Date: 2020.10.21

13:58:28 -04'00"

2020.10.

21
14:31:41
-04'00'

Post Stabidy Checks

SANTA ROSA CQUNTY SO
intoxilyzer - Alcohol Analyzer

Mode] 8000 SN 80-001303
1072172020

Softuare; 8100.27

Test : 9210 Tine
pir Blank 0.000 17:23
Control Test 0,043 07:24
fir Blank 0.000 17:25
(ontrol Test 0.048 07:25
fir Blank 0.000 07:26
Control Test 0,048 07:27
fir Blank 0.000 07:27
Control Test Stats

Auerage 0.0483

Std Deu 0.0006

Rel Std Deu(z) 1.1945

/4

Operator’s Signature

SANTA ROSR COUNTY SO
Intoxilyzer - Rlcohol Anaiyzer
fodel 8000
1072172020
Softuare; 8100.27

SN 80-D01303

Test grelit Time
Rir Blank 0.000 07:33
Control Test 0,202 07:3¢
Rir Blank 0.000 07:35
Control Test 0.202 017:35
Rir Blank 0.000 07:36
Control Test 0.202 07:37
fir Blank 6,000 07:37
Control Test Stats

Auerage 0.2020

Std Deu 0.0000

Rel Std Dev(z) 0.0000

2

Operator’s Signature

SANTR ROSA COUNTY S0
Intoxilyzer - Rlcohol Analyzer

tode! 8000 SN 80-001303
1072172020

Softuare: 810027

Test 9210l Tine
fir Blank 0,000 07:28
Control Test 0.080 07:29
Rir Blank 0.000 07:29
Control Test 0.079 07:30
Rir Blank 0.000 07:3
Control Test 0,078 07:31
Rir Blank 0.000 07:32
Contral Test Stats

Auerage 0.07%0

Std Dey 0.0010

Rel Std Deu(%) 1.2658

wet

74

Operator’s Signature

SANTR ROSA COUNTY SO
Intoxilyzer - Alcohol Analyzer
flodei 8000
1072172020
Softuare: 8100.27

SN 80-001303

Test g2l Time
fir Blank 0.000 07:38
Control Test 0,080 07:39
Rir Blank 0.000 07:39
tontrol Test 0.080 07:40
Rir Blank 0.000 07:40
ontrol Test 0.080 07:41
fir Blank 0.000 07:4]
Control Test Stats

Auerage 0.0800

Std Deu 0.0000

Rel Std Deu(®)  0.0000

Dry

Y4

Operator’s Signature



