FOLE

INSTRUMENT PROCESSING SHEET

Agency FHP Tallahassee

s/N 80-003406

Florida Department of
Law Enforcement

Date In 12/14/2020 _ pI Completion Date 12-15-2020 Qship ®@p/Uu QOH/O0 QcMI OEE

Intake  Performed By DP

Quality Checks Performed By IS

Flow Calibration Performed By

Annual
O Registration
@ Return from CMI / EE

{4 Breath Tube Screen
@ Replace External O-Rings
@ Instrument Set Up Verified

Flow Column #
O 5L/min - 17mm
Q 15L/min - 53mm

@ R-Value 203

0 30L/min — 103mm

Visual | ion:
sud’ nspection @ Flow Verification (L/s)

0 R-Value

@ Case @ Handle Flow Column # ATP-105 U Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf 32 0156 139-.169) | Flow Col M
4 Feet @ Breath Tube mm (.139-. ow Lolumn
@ Ports @ Screws Tight 36 mm 0.171 (.156 - .190) 32 mm (.139 - .169)
g 53 mm 0.242 (228-.278) | 36mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.523 (.447 - 547) 53 mm (228 -.278)
Q Power cord O Printer Cable @ Barometric Pressure Check 103 mm (.447 - 547)
@ Static Bag Q0 12v DC Cable Gauge ID # 30793
Notes: Extra part loose in bag Stability Checks Maintenance Performed By
as well. Simulator | Serial # Lot #/Exp U Battery Replacement
U Dry Gas Regulator Replacement
0.050 201905A
U Breath Tube Replacement
MP3088 |05-14-2021 P
Final Release Date 0.080 2020108 Q Other »
: MP5086 Temperature Checks Performed By IS
Digitally signed 10-05-2022 @ Lab Temp °C 21.02
hol || 0200 201804D - . 300505
EDLE Alcohol by FDLE Alcoho MP5090 04-30-2021 External Digital Therm. ID#:
) Testing Program U @34°C+-2 Serial#: MP5088
Testing Program p, ;e 2020.12.18 || 0.080DGS | N/A AG011102 @34°C+-2 Serial # MP5086
09:22:05 -05'00' 04-20-2022 34°C+-2 Serial#: MP5090
Calibration Adjustment Performed By Department Inspection Performed By IS
Barometric Pressure Gauge ID# Barometric Pressure ID# 30793
Simulator | Serial Number | Lot Number [ Expiration Gauge 1016 Instrument 1016
0.000 N/A N/A outh Alcohol Solution Lot # -,
/ / Mouth Alcohol Soluti 2020-A
0.040 Acetone Stock Solution Lot # 2019-A
0.100 (S)lr(;']ou;ator Serial Nun‘clgﬁ T
0.200 Interferent MP5087
0.300 0.050 MP5088
0.080DGS | N/A 0.080 MP5086
O Post Calibration Adjustment Stability Checks 0.200 MP5080
Simulator Serial Number | Lot Number | Expiration Attachments
0.050 @ Form 41 Q Post-Stability Checks
0.080 Stability Checks Q Flow Calibration
0.200 4 Calibration Certificate @ Form 40
0.080DGS | N/A U Calibration Adjustment O Other

Notes/Suggested Service: Started dry stability check
with 0.080 wet simulator“hooked into instrument,

@ instrument Complies with Chapter 11D-8, FAC
Q Instrument Does Not Comply with Chapter 11D-8, FAC

values came up as 0.t »/

(4 Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use

(4 Conduct an Agency Inspection Before fFvidentiary Use
Aency nsp ,)()7015y

2020.12.16
Wp% 12:31:23 -05'00' 18
Tech Review / Date Admin\P./eviqyg-(;@ate

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohal Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-003406
Time of Inspection: 13:48 Date of Inspection: 12/15/2020 Software: 8100.27
| Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted |
| (Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 | Yes Slope Not Met Yes

Interferent Detect Test: Diagnostic Check ,
| Interferent Detect Yes (Post-Inspection): OK | Yes _J
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L =i
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:201905A Lot#:202010B Lot#:202010D (g/210L)

Exp: 05/14/2021 Exp: 10/05/2022 Exp: 10/06/2022 Lot#:AG011102
Exp: 04/20/2022

0.000 0.050 0.079 0.200 0.078
| 0.000 0.049 0.080 0.200 0.079

0.000 0.049 0.080 0.200 0.078

0.000 0.050 0.080 0.201 0.078

0.000 0.050 0.080 0.201 0.077

0.000 0.051 0.080 0.201 0.078

0.000 0.050 0.081 0.201 0.077

¢.000 0.051 0.080 0.201 0.078

0.000 0.051 0.081 0.201 0.078 |
0.000 0.050 0.081 0.201 l 0.078 |
bﬁamhrdDmdaﬂons 0.0007 0.0006 0.0004 | 0.0005 |

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0005 Number of Simulators Used: 5

Remarks:
2020.12.
18
09:21:13
-05'00'
The above instrument complies ( X )} does not comply ( ) with Chapter 11D-8, FAC.

I certify that I performed/this inspection in accordance with the provisions of Chapter 11D-8, FAC.

S
Tzﬁ2;§2221&/ﬁf/ ,,fﬁzﬁii ISRAEL SOTO

Signature and Printed Name

12/15/2020
Date

FDLE/ATP Form 41 —Revised August 2005



FL HIGHUAY PATRCL

Intoxi lyzer - Rlconol Analyzer

Made! 8000 SN 80-003406
1271472020

Softuare: 8100,27

Test grllL Tine
Air Blank 0.000 16:15
Control Test 0.049 16:16
Rir Blank 0.000 16:16
Contro] Test 0.049 16:17
Rir Blank 0.000 16:17
Control Test 0.049 16:18
Rir Blank 0.000 16:19
Control Test Stats

Average 0.0490

Std Dev 0.0000

Rel Std Deu(%) 0.0000

e

Uperator’s Signature

Stabily  Checks

FL HIGHURY PATROL

Intoxilyzer - Alconol Analyzer
I

Mode! 8000 SN 80-003406
1271472020

Softuare: 8100,27

Test g/2l0L Ting
fir Blank 0.000 16:20
Control Test 0.000 16:2l
Rir Blank 0,000 16:2]
Contro! Test 0.000 16:21
Rir Blank 0.000 16:22
Contro] Test 0.000 16:22
Rir Blank 0.000 16:23
Control Test Stats

Auerage 0.0000

Std Dev 0.0000

Rel Std Deu(s) 00000

Bt “Ory" when
simulakar was
cohhe cted

Operator’s Signature

FL HIGHUAY PATROL

Intoxilyzer - Alcoho] fnalyzer

Model 8000 S 80-003406
1271472020 .

Softuare: 8100,27

Test gr2liL Time
Air Blank 0,000 16:29
Control Test 0.198 16:29
Air Blank 0.000 16:30
Contro] Test 0,198 16:30
Air Blank 0.000 16:31
Control Test 0.198 16:32
Air Blank 0,000 16:32
Control Test Stats

Auerage 0.1983

Std Deu 0.0008

Rel Std Deu(z) 0.9

74

Operator’s Signature

FL HIGHUAY PATROL

Intox!lyzer - Alcohol Analyzer

Model 8000 SN 80-003406
12/14/2020
Sof tware: 8100.27
Test 9210k Tine
Rir Blank 0.000 16:24
Control Test  (0.080 16:25
Air Blank 0.000 16:25
Contro] Test 0.080 16:26
fir Blank 0.000 16:26
Control Test 0.078 16:27
Rir Blank 0.000 16:28
Control Test Stats

Average 0.0797

Std Dev 0.0006

Rel Std Deu(z) 10,7247

Wwet

24

Operator‘s Signature

FL HIGHWRY PATROL

Intoxilyzer - Alcohol Pnalyzer

Mode! 8000 SN 80-0034106
1271472020

§uftware: 8100,27

Test g210L Time
Rir Blank 0.000 16:34
Control Test 0.078 16:34
fir Blank 1,000 16:34
Control Test 0.078 16:35
Rir Blank 0.000 16:35
Contro] Test 0.079 16:36
Air Blank 0.000 16:36
Control Test Stats

Auerage 0.0783

Std Deu 0.0006

Rel Std Dev(%) 10,7370

Dry

Ly

Operator‘s Signature

2020.12.

18
09:20:52

-05'00'

U
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Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: FrL HIGHWAY PATROL Serial Number: 80-003406
Time of Inspection: 11:59 Date of Inspection: 12/15/2020 Software; 8100.27

Interferent Detect Test: Interferent Detect

[ No
I| Diagnostic Check (Post-Inspection) : OK [

|

L________._———_______._ — k. o -
Alcohol Free 0.05g/210L, Test 0.08g/210L Test 0.20g/210L, Test 0.08 g/210L
Test (g/2101) (g/2101) (g/2101) Dry Gas Sta Test |
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: Exp: Lot#: ’
Exp:

| J
L “
Number of Simulatorg Used:

—_—

Remarks;
BYPASSED ATl TO COPERATE INSTRUMENT

2020.12.

18
09:20:02

-05'00"

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, Fac.

A 4 -
— e NPt ‘73_*’_________________I§13A_E£_5920_______ S
Signature and Printed Name
12/15/2020
Date

FDLE/ATP Form 40— March 2004



Return Material Authorization

shipto: L] CMI, inc.

E Enforcement Electronics

Shipment to repair facility authorized by: __+ (Z.e.dl H SAy MO “\__on Lo ,L 29 (2030

ltems Returned: Instrument [J  Supplies 1  Other [ Describe:

Instrument Model: \M‘\'DY‘l"f‘z‘(;@ SO0 gerial Number: D - DOBY0OW

Bill To Address: Ship to Address:

Reason for Return:

Flow Sepsoe 'Ko.gi\ac,e,wmm'\’
YAadue & G

Please choose one of the following options:

11, , authorize all repairs.

(12,1 , authorize repairs up to $

ﬁ 3. | require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: _(eed. W UUN]N%
Phone # S50 - 445 -%00| Email: -@(ed,@ cldn ennt MC{\Q—C hs . JO\J

ATP Contact Name: 6hcu}f loo Pladt ATP Email: <V oy (avp laHE {lle.
S \—oh‘; {[.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only



F % I E INSTRUMENT PROCESSING SHEET
Agency FHP Leon s/N 80-003406

Florida Department of  paie 1n 06/17/2020 DI Completion Date Qship Qp/u OH/0 Ocmi QEE
Law Enforcement
intake performed 8y RAW Quality Checks Performed By ] Flow Calibration Performed By
4 Annual & Breath Tube Screen Flow Column #
U Registration & Replace External O-Rings O 5L/min - 17mm
4 Return from CMI / EE & Instrument Set Up Verified 1 15L/min — 53mm
- aoQ in—
Visual Inspection: BR-Value L 5(. 3 30L/min — 103mm
@ Case @ Handle O Flow Verification (L/s) U R-Value
@ Keyboard @ Dry Gas Shelf Floav; Column # o 16 E Pos(.:t (liallbr:;tlon Verification (L/s)
W Feet @ Breath Tube A (139 -.169) ow LOIMN oo
. 36 mm (.156 - .190) 32 mm (.139-.169)
4 Ports @ Screws Tight
_ _ 53 mm (228-.278) | 36mm (.156 - .190)
Other Equipment/ Accessories: 103 mm (.447 - 547) 53 mm (.228 - .278)
Q Powercord O Printer Cable ™ Barometric Pressure Check 103 mm (.447 - 547)
A Static Bag O 12v DC Cable Gauge ID # 30743
Notes: O Stability Checks Maintenance  Performed By
Simulator | Serial # Lot #/Exp U Battery Replacement

U Dry Gas Regulator Replacement
[ Breath Tube Replacement

Final Release Date Q Other

0.050

0.080 S ——{ | Temperature Checks Performed By

| 0300 O Lab Temp °C

' External Digital Therm. ID#:
O 34°C +-.2 Serial #:
0.080 DGS | N/A 034°C+-2 Serial #:
[ 34°C +-.2 Serial #:

Calibration Adjustment Performed By Department inspection Performed By
Barometric Pressure Gauge ID # Barometric Pressure ID#
Simulator Serial Number | Lot Number | Expiration Gauge Instrument
0.000 N/A N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock Solution Lot #
0.100 Simulator Serial Number
0.000
0.200 Interferent
0.300 0.050
0.080 DGS N/A 0.080
O Post Calibration Adjustment Stability Checks 0.200 N
Simulator | Serial Number | Lot Number | Expiration Attachments
p-050 o o O Form 41 {J Post-Stability Checks
0.080 O Stability Checks O Flow Calibration
0.200 O Calibration Certificate Q Form 40
0.080 DGS | N/A O Calibration Adjustment W Other
Notes/Suggested Service: QO Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC
3 Return to/Place into Evidentiary Use
{3 Remain Qut of Evidentiary Use
[ Conduct an Agency Inspection Before Evidentiary Use
Tech Review / Date Admin Review / Date
FDLE/ATP Form 48 January 2018 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use ONLY



Return Material Authorization

Ship to: CML, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: red Henning on 5/12/2020
Items Returned: Instrument & Supplies 0  Other [ Describe:

Instrument Model: Intoxilyzer 8000 Serial Number; 80-003406

Bill To Address: Ship to Address:

FHP -Leon County FDLE- ATP Tallahassee

Reason for Return:

Flow Sensor Replacement
R-value @ 98

Please choose one of the following options:

11, , authorize all repairs.

12 1 , authorize repairs upto $

R require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Fred Henning

Phone #: 850-410-3046 Email: FredrickHening@flhsmv.gov
ATP Contact Name: Shayla Platt ATP Email: shaylaplatt@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




FOLE

Agency FHP Leon

INSTRUMENT PROCESSING SHEET

s/N 80-003406

Florida Department of pate 1n 5/11/2020 DI Completion Date Qship Op/U OH/D DQcMmi QIEE
Law Enforcement
Intake Performed By DP Quality Checks Performed By /+</ | Flew Calibration Performed By
{4 Annual @ Breath Tube Screen Flow Column #
Q Registration A Replace External O-Rings 0 5L/min —17mm
O Return from CMI / EE A instrument S§t Up Verified Q 15L/min = 53mm
. o B R-Value A 0 30L/min - 103mm
Visual Inspection: —
O Flow Verification (L/s) O R-value
@ Case 4 Handle — —
Flow Column # [ Post Calibration Verification (L/s)
@ Keyboard Dry Gas Shelf
32 mm (.139-.169) | Flow Column #
¥ Feet @ Breath Tube
@ Ports @ Screws Tight 36 mm (.156 - .190) 32 mm (.139-.169)
' _ 53 mm (228-.278) | 36 mm (.156 -.190)
Other Equipment/ Accessories: 103 mm (.447-547) | 53 mm (228 - .278)
U Powercord O Printer Cable [A Barometric Pressure Check 103 mm (.447 - .547)
QstaticBag [ 12V DC Cable Gauge ID# 29427
Notes: Q Stability Checks Maintenance Performed By
Simulator | Serial# | Lot #/Exp O Battery Replacement
0.050 U Dry Gas Regulator Replacement
’ [ Breath Tube Replacement
Final Release Date 0.080 U Other
: Temperature Checks Performed By
0 Lab Temp °C
0.200 External Digital Therm. ID#:
[ 34°C +-.2 Serial #:
0.080DGS | N/A 1 34°C +-.2 Serial #:
[ 34°C +-.2 Serial #:
Calibration Adjustment Performed By ‘Department Inspection Performed By
Barometric Pressure Gauge ID# Barometric Pressure ID#
Simulator | Serial Number | Lot Number | Expiration Gauge Instrument
0.000 N/A N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock Solution Lot #
0.100 ilg;;ator ‘Serial Number
0.200 Interferent
0.080 DGS | N/A 0.080
U Post Calibration Adjustment Stability Checks 0.200
Simulator | Serial Number | Lot Number | Expiration Attachments
0.050 [ Form 41 O Post-Stability Checks
0.080 LU Stability Checks O Flow Calibration
0.200 U Calibration Certificate O Form 40
0.080 DGS | N/A O Calibration Adjustment Q other
Notes/Suggested Service: L Instrument Complies with Chapter 11D-8, FAC
O instrument Does Not Comply with Chapter 11D-8, FAC
O Return to/Place into Evidentiary Use
) Remain Out of Evidentiary Use
0 Conduct an Agency Inspaction Before Evidentiary Use
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2018
Issuing Authority: Alicohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-003406
Time of Inspection: 07:43 Date of Inspection: 05/12/2020 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No
‘Diagnostic Check (Pre-Inspection): OK

No
Alcohol Free Subject Test: 0.000 T

No
Mouth Alcohol Test: Slope Not Met o

No |
| Interferent Detect Test: Interferent Detect -

No I
Diagnostic Check (Post-Inspection): OK

No

‘ Alcohol Free
Test
| (g/2101)

1 0.05g/210L Test
(g/210L)

Lot:

Exp:

0.08g/210L Test
(g/210L)

Lot#:

Exp:

[ 0.20g/210L Test
(g/210L)
Lot#:
Exp:

0.08 g/210L

Dry Gas Std Test
(g/210L)

Lot#:

Exp:

Number of Simulators Used:

Remarks:
BYPASSED AI TO OPERATE INSTRUMENT

JX
M/

The above instrument complies ( (/K’/) does not comply (

Compliancy hot determined

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

o
e

vﬂ//Z&w_/

ISRAEL SOTO

a

05/12/2020
Date

FDLE/ATP Form 40 — March 2004

Si&nature and Printed Name



