F I E INSTRUMENT PROCESSING SHEET
. Agency FHP

S/N_80-000782

Florida Department of Date In 5/13/2021 DI Completion Date 5/14/2021 Qship wp/u QOH/D QAcml OEE
Law Enforcement
Intake By IS Quality Checks By IS  Date 05-13-2021| Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
U Registration @ Replace External O-Rings O 5L/min—17mm
@ Return from CMI / EE @ Instrument Set Up Verified Q 15L/min —53mm
Visual Inspection: @ R-Value 186 O 30L/min —103mm
B Case 8 Handle @ Flow Verification (L/s) U R-Value
B Kevboard 8 Drv Gas Shelf Flow Column # ATP-105 O Post Calibration Verification (L/s)
yboa y Gas She
& Feet & Breath Tube 32 mm 0.152 (.139-.169) | Flow Column #
& Ports W Screws Tight 36 mm 0.167 (.156 - .190) 32 mm (.139-.169)
53 mm 0.238 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.511 (.447-.547) | 53 mm (.228 - .278)
U Power cord U Printer Cable W Barometric Pressure Check 103 mm (.447 - .547)
W Static Bag Q0 12v DC Cable Gauge ID # 28427
Notes: Screw on bottom foot was | B Stability Checks Maintenance By
loose and foot came off. Simulator | Serial # Lot #/Exp U Battery Replacement
U Dry Gas Regulator Replacement
0.050 MP5088 202010A U Breath Tube Replacement
10-05-2022 Q Other
0.080 MP5089 2020108 DI Temp. Checks By 1S
10-05-2022 @ Lab Temp °C 21.84
0.200 MP5090 202010D External Digital Therm. ID#: 300505
10-06-2022 W@ 34°C +-.2 Serial #: MP5088
0.080DGS | N/A AG011102 W@ 34°C+-.2 Serial #: MP5089
04-20-2022 W@ 34°C +-.2 Serial #: MP5090
Calibration Adjustment By Department Inspection By 1S
Barometric Pressure Gauge ID# Barometric Pressure ID# 28427
Simulator | Serial # Lot # Expiration Gauge 1022 Instrument 1021
0.000 N/A N/A Mouth Alcohol Solution Lot # 2021-A
0.040 Acetone Stock Solution Lot # 2021-A
0.100 Simulator Serial Number
0.200 0.002 G81 61;1
Interferent MP5087
0.300 0.050 MP5088
0.080DGS | N/A 0.080 MP5089
U Post Calibration Adjustment Stability Checks 0200 MP3090
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 [ Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate U Form 40
0.080DGs | N/A U Calibration Adjustment @ Other Form 51
Notes/Suggested Service: @ Instrument Complies with Chapter 11D-8, FAC
Stability checks done 5-14-2021. IS U Instrument Does Not Comply with Chapter 11D-8, FAC
@ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use
@ Conduct an Agency Inspection Before Egiﬁi%?tiary Use
Taylor 9
Gutschow ZEA%%M‘M“ 122040 1 2:‘ 8_25
Tech Review / Date Admin Re\\/Jiqeu\;\J// Date
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Issuing Authority: Alcohol Testing Program
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

i

Agency: FHP TROOP A Serial Number: 80-000782
Time of Inspection: 10:24 Date of Inspection: 05/14/2021 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202010A Lot#:202010B Lot#:202010D (g/210L)

Exp: 10/05/2022 Exp: 10/05/2022 Exp: 10/06/2022 Lot#:AG011102
Exp: 04/20/2022

0.000 0.050 0.080 0.200 0.082

0.000 0.050 0.081 0.201 0.081

0.000 0.051 0.081 0.200 0.081

0.000 0.050 0.081 0.201 0.081

0.000 0.050 0.081 0.201 0.081

0.000 0.050 0.081 0.201 0.081

0.000 0.050 0.081 0.200 0.081

0.000 0.050 0.080 0.200 0.081

0.000 0.050 0.081 0.200 0.081

0.000 0.050 0.081 0.201 0.081
Standard Deviations | 0.0003 0.0004 0.0005 0.0003

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I performed this inspecti r;iziiiiirdance with the provisions of Chapter 11D-8, FAC.
(o

N2zl s

ISRAEL SOTO

Signature and Printed Name

05/14/2021
Date

FDLE/ATP Form 41 ~Revised August 2005



FHP TROJP A

Intoxilyzer - Alcohol Analyezer
fadel 8000
0571472021
Softiare: 8100.27

oN 80-000782

Test greliL Tine
Air Blank 0.000 07:58
Control Test 0.048 07:58
Rir Blank 0,000 17:59
Control Test 0.048 17:59
Air Blank 0.000 18:00
Control Test 0.049 08:01
qir Blank 1,000 08:01
Control Test Stats

Auerage 0.0483

Std Dev 0.0006

Rel Std Deu(%) 11,1945

s’

Operator’s Signature

Qabivly Checleg

FrP TROOP A

Intoxilyzer - Alconal Analyzer FiP TROP A

Intoxilyzer - Alcoho! Analyzer

fioe! L SN e0-000782 Model 8000 SN 80000782
1571472021
Softuzre: 8100.27 /1422
' ' Softyare; 8100.27

Test g2llL Tine rest 2L Tine
Air Blank 0.000 18: 08 o _
Control Test  0.073 08:(3 Rir Blank 0.000 I8:13
Bir 8lank 0.000 18: 110 Egntrol Test 0.19 08:13
Control Test 0,078 08:10 Air Blank 0.000 08:14
air Blank 0.000 18: 11 Control Test 0,198 18:15
Control Test 0,078 08: 11 Air Blank 0.200 08:15
Rir Blank 0,000 08:12 Control Test 0.198 08:16
Control Test Stats pir Blank 0.000 08:16

Auerage 0.0790 Control Test Stats

Std Dev 0.0000 Auerage 0.1%87

Rel Std Deu(%)  (0.0000 Std Dev 0.0006

Rel Std Deu®)  0.2906

wet

ol _

!

Operator’s Signature

FHP TROOP A
Intoxilyzer - Alconol Analyzer

Model 8000 SN 80-000782
1571472021
Softuare: 8100.27
Test g/210L Ting
qir Blank 0.000 08:17
Control Test 0.082 08:18
fir Blank 0.000 08: 18
Control Test 0,08 08: 18
fir Blank 0.000 08:19
Control Test 0.082 08: 19
Air Blank 0.000 08:20
Control Test Stafs

Auerage 0.0817

Std Dev 0.0006

Rel Std Deu(x)  0.7070

Dry

e )

Operator’s Signature

Gperator’s Signature
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Return Material Authorization

Shipto: Y] CMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: Susan Barge on 01-20-2021
Iltems Returned: Instrument 21 Supplies 1  Other L1 Describe:

Instrument Model: 'ntoxilyzer 8000 Serial Number: 80-000782

Bill To Address: Ship to Address:

Florida Highway Patrol Troop A Alcohol Testing Program

Florida Dept. of Law Enforcement

Reason for Return:

Instrument has DSP fails during diagnostic checks.

Please choose one of the following options:
‘4
R , authorize all repairs.

L2 1 , authorize repairs up to $

M require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Susan Barge

Phone #: 352-620-4701 Email: Susanbarge@flhsmv.gov
ATP Contact Name: 'srael Soto ATP Email: israelsoto@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




FOLE

INSTRUMENT PROCESSING SHEET
Agency FHP Washington County

s/N 80-000782

Florida Department of pate n 01/19/2021
Law Enforcement

DI Completion Date

Qship Qp/u QH/D @CMI QEE

Intake Performed By RAW | Quality Checks Performed By RAW | Flow Calibration Performed By
Annual 4 Breath Tube Screen Flow Column #
(1 Registration @ Replace External O-Rings 0 5L/min-17mm
 Return from CMI / EE Instrument Set Up Verified Q 15L/min = 53mm
Visual Inspection: O R-Value 0 30L/min —103mm
@ Case @ Handle O Flow Verification (L/s) O R-Value
Kevboard @ Drv Gas Shelf Flow Column # Q Post Calibration Verification (L/s)
y ry
@ Feet @ Breath Tube 32mm (.139-.169) | Flow Column #
@ Ports @ Screws Tight 36 mm (.156 - .190) 32 mm (.139-.169)
53 mm (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm (.447-.547) | 53mm (.228 - .278)
O Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
O Static Bag 0 12v DC Cable Gauge ID #.30793
Notes: Brought because of Q Stability Checks Maintenance _ Performed By
DSP Fail on Diagnostic Simulator | Serial # Lot #/Exp U Battery Replacement
0.050 0] Dry Gas Regulator Replacement
) 0 Breath Tube Replacement
Final Release Date 0.080 _U Other
Temperature Checks Performed By
O Lab Temp °C
0.200 External Digital Therm. ID#:
0 34°C +-.2 Serial #:
0.080 DGS N/A 0 34°C +-.2 Serial #:
0 34°C +-.2 Serial #:
Calibration Adjustment Performed By Department inspection Performed By
Barometric Pressure Gauge ID # Barometric Pressure ID#
Simulator | Serial Number | Lot Number | Expiration Gauge Instrument
0.000 N/A N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock Solution Lot #
0.100 Simulator Serial Number
0.000
0.200 Interferent
0.300 0.050
0.080DGS | N/A 0.080
O Post Calibration Adjustment Stability Checks 0.200
Simulator Sefial Number | Lot Number | Expiration Attachments
0.050 0 Form 41 U Post-Stability Checks
0.080 Q Stability Checks Q Flow Calibration
0.200 Q Calibration Certificate O Form 40
0.080 DGS N/A U Calibration Adjustment @ Other DiagnostiCS

Notes/Suggested Service:
Instrument continued to intermittent DSP failures

O Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC

Sending instrument to CMI for repair.

U Return to/Place into Evidentiary Use
{4 Remain Out of Evidentiary Use

O Conduct an Agency Inspection Before Evidentiary Use

Compliance with 11D-8 FAC not determined.

S

Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2018
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




B Dagho $Hies

DR TROP R 5 TROCP &

Coeer -t glcohol Analyzer wilyzer - Alcohol Analyzer -+oxilueer - qlconol Analyzer

Hode! 8000 o 80-000782 Midel 8000 SN 80-000782 el 8000 oy 80-000782

1171972021 ' 1171972021 119202

Softuare: 8100.27 Softuare: 8100.27 @ Softuare: 8100.27 @

TODIAGNOSTICS T DIAGNDSTICS o DIAGNOSTISS

Uo!tage/Current Test s Uoltage/Current Test oK Uol tage/Current Test 0K
RAH Test 1 RAM Test K RN Test 0K
EEPROM Checksun Test o EEPROM Cnecksun Test o £EPRON Checksun Test U
Real Tine Clock Test i Real Tine Clock Test K Real Tine Clock Test U
D%P Test % OsP Test Fail 0sp Test L
gnalytical Stapility Test 0K fnalytical Stapility Test 0K gnalytical gtapility Test 0K
Internal Printer Test 0K Internal Printer Test 0K internal Printer Test oK
Moden Test 0K Moden Test S Hoden Test 0K
Temperature Regulation Test 0K Temperature Requlation Test oK Temperature Requiation Test U8



Return Material Authorization

shipto: /] cMI, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: Susan Barge on 07-26-2021

Items Returned: Instrument 2 Supplies [0  Other [J Describe:

Instrument Model; Intoxilyzer 8000

Serial Number: 80-000782

Bill To Address:
Florida Highway Patrol Troop A

Ship to Address:
Alcohol Testing Program - FDLE

Tallahassee, Florida

Reason for Return:

Sheriff's station where instrument is housed was struck by lightning. Instrument does not fully

power on. After switching power rocker and pushing green start button the Power light goes

from red to orange and remains at orange without going to green.

Please choose one of the following options:

, authorize all repairs.

eas
L] 1.
2.

, authorize repairs up to $

V13 1 require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Susan Barge

Phone #: 352-620-4701

Email: Susanbarge@flhsmv.gov

ATP Contact Name: Israel Soto

ATP Email: israelsoto@fdle.state.fl.us

FDLE/ATP Form 51 October 2017
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED Page 1 of 1
For Internal ATP Use Only




F EB L E INSTRUMENT PROCESSING SHEET
Agency FHP

S/N 80-000782

Florida Department of Date In 7/26/2021
Law Enforcement

DI Completion Date

Qship Op/u QH/D WCMI OEE

Intake By IS Quality Checks Date Flow Calibration By Date
@ Annual O Breath Tube Screen Flow Column #
O Registration L Replace External O-Rings 0 5L/min—17mm
Q Return from CMI / EE L Instrument Set Up Verified 0 15L/min —53mm
Visual Inspection: U R-Value O 30L/min — 103mm
& Case & Handle U Flow Verification (L/s) a R—Value' : —
# Keyboard B Dry Gas Shelf Flow Column # U Post Calibration Verification (L/s)
# Feet @ Breath Tube 32 mm (.139-.169) | Flow Column #
& Ports B Screws Tight 36 mm (.156 - .190) 32 mm (.139-.169)
53 mm (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm (447-.547) | 53 mm (.228 - .278)
U Power cord U Printer Cable O Barometric Pressure Check 103 mm (.447 - .547)
0 Static Bag J 12V DC Cable Gauge ID # }
Notes: Agency Inspector brought | O Stability Checks Maintenance By
instrument in, instrument will not || Simulator | Serial # Lot #/Exp U Battery Replacement
turn on, after pushing green start U Dry Gas Regulator Replacement
button the red light goes to 0.050 U Breath Tube Replacement
orange and does not turn green. U Other
0.080 DI Temp. Checks By
QO Lab Temp °C
0.200 External Digital Therm. ID#:
0 34°C +-.2 Serial #:
0.080 DGS N/A 0 34°C +-.2 Serial #:
O 34°C +-.2 Serial #:
Calibration Adjustment By Department Inspection By
Barometric Pressure Gauge ID # Barometric Pressure ID#
Simulator | Serial # Lot # Expiration Gauge Instrument
0.000 N/A N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock Solution Lot #
0.100 Simulator Serial Number
2 e
0.300 5050
0.080 DGS | N/A 0.080
R - — 0.200
U Post Calibration Adjustment Stability Checks
Simulator | Serial # Lot # Expiration Attachments
0.050 O Form 41 U Post-Stability Checks
0.080 Q Stability Checks U Flow Calibration
0.200 O Calibration Certificate U Form 40
0.080DGS | N/A O Calibration Adjustment O Other

Notes/Suggested Service: Agency Inspector brought

instrument in, light in front remaines orange when

0 Instrument Complies with Chapter 11D-8, FAC
0 Instrument Does Not Comply with Chapter 11D-8, FAC

trying to turn on and instrument never fully powers on.

Agency Inspector state the sheriff's station where

instrument is kept was struck by lightning. Sending

0 Return to/Place into Evidentiary Use
@ Remain Out of Evidentiary Use

instrument to CMI, compliance with 11D-8 not

Q Conduct an Agency Inspection Before Evidentiary Use

determined. IS

Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2021
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




