
INSTRUMENT PROCESSING SHEET

Agency  S/N 

Date In  DI Completion Date Ship P/U H/D CMI EE

PRINTED COPIES UNCONTROLLED  Page 1 of 1 FDLE/ATP Form 48  201
Issuing Authority: Alcohol Testing Program For Internal ATP Use ONLY  

  

Calibration Adjustment     Performed By Department Inspection     Performed By 
Barometric Pressure Gauge   ID # 

Simulator Serial Number Lot Number Expiration 
0.000 N/A N/A 
0.040 
0.100 
0.200 
0.300 
0.080 DGS N/A 

Post Calibration Adjustment Stability Checks
Simulator Serial Number Lot Number Expiration 
0.050 
0.080 
0.200 
0.080 DGS N/A 

Barometric Pressure ID#   
Gauge    Instrument 
Mouth Alcohol Solution Lot # 
Acetone Stock Solution Lot #  

Simulator Serial Number 
0.000 
Interferent 
0.050 
0.080 
0.200 

Attachments 
Form 41
Stability Checks
Calibration Certificate
Calibration Adjustment

Post-Stability Checks
Flow Calibration
Form 40
Other

Intake  Performed By Quality Checks      Performed By Flow Calibration   Performed By 
Annual
Registration
Return from CMI / EE

Visual Inspection: 
Case Handle
Keyboard Dry Gas Shelf
Feet Breath Tube
Ports Screws Tight

Other Equipment/ Accessories: 
Power cord Printer Cable
Static Bag 12V DC Cable

Notes: 

  Final Release Date 

Breath Tube Screen
Replace External O-Rings
Instrument Set Up Verified
R-Value
Flow Verification (L/s)

Flow Column #
    32 mm  (.139 - .169) 
    36 mm  (.156 - .190) 
    53 mm  (.228 - .278) 

103 mm  (.447 - .547) 
Barometric Pressure Check

Gauge ID #
Stability Checks

Simulator Serial # Lot #/Exp 

0.050 

0.080 

0.200 

0.080 DGS   N/A 

Flow Column # 

R-Value
Post Calibration Verification (L/s)

Flow Column #
    32 mm  (.139 - .169) 
    36 mm  (.156 - .190) 
    53 mm  (.228 - .278) 
  103 mm  (.447 - .547) 

Maintenance    Performed By 
Battery Replacement
Dry Gas Regulator Replacement
Breath Tube Replacement
Other

Temperature Checks  Performed By 
Lab Temp C

External Digital Therm. ID#:  
34 C +-.2   Serial #:
34 C +-.2   Serial #:
34 C +-.2   Serial #:

Instrument Complies with Chapter 11D-8, FAC
Instrument Does Not Comply with Chapter 11D-8, FAC
Return to/Place into Evidentiary Use
Remain Out of Evidentiary Use
Conduct an Agency Inspection Before Evidentiary Use

Notes/Suggested Service: 

 Tech Review / Date  Admin Review / Date  

Wakulla County Sheriff's Office 80-000961

01/21/2021

RAW

151

ATP105
.160
.171
.238
.441

30793

MP5088
202010A

10-05-2022

MP5086
202010B

10-05-2022

MP5090
202010D

10-06-2022
AG011102
04-20-2022

RAW
ATP-102

152/150

ATP-103
0.148
0.160
0.234
0.503

IS

IS

21.14
300505

MP5088
MP5089
MP5090

IS

While performing flow cal
adjust, noticed breath tube had hole leaking air.
Replaced breath tube and redid flow cal adj. IS

04-19-2021

30793
1012 1012

2021-A
2020-A

MP5086
MP5087
MP5088
MP5089
MP5090

IS
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