FULE ..

INSTRUMENT PROCESSING SHEET

y FFWCC $/N.80-007498
Florida Department of Date In 8/23/2021 DI Completion Date 8/24/2021 ®@ship Qp/u QH/D QAcml OEE
Law Enforcement
Intake By RAW Quality Checks By _RAW Date 08/24/21 Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
@ Registration @ Replace External O-Rings O 5L/min —17mm
O Return from CMI / EE @ Instrument Set Up Verified O 15L/min —53mm
Visual Inspection: @ R-Value 196 U 30L/min—103mm
B Case @ Handle @ Flow Verification (L/s) U R-Value
& Kevboard & Drv Gas Shelf Flow Column # ATP105 O Post Calibration Verification (L/s)
yboa y Gas She
& Feet & Breath Tube 32 mm .160 (.139-.169) | Flow Column #
& Ports W Screws Tight 36 mm .175 (.156 - .190) 32 mm (.139-.169)
53 mm .242 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 511 (.447-.547) | 53 mm (.228-.278)
W Power cord U Printer Cable W Barometric Pressure Check 103 mm (.447 - .547)
@ Static Bag U 12V DC Cable Gauge ID # 26932
Notes: Instrument came with two @ Stability Checks Maintenance By
power cords. Simulator | Serial # Lot #/Exp U Battery Replacement
U Dry Gas Regulator Replacement
0.050 MP6296 202010A U Breath Tube Replacement
10-05-22 Q Other
0.080 MP6297 2020108 DI Temp. Checks By RAW
10-05-22 @ Lab Temp °C 22.05
0.200 MP6298 202010D External Digital Therm. ID#: 569598
10-06-22 W@ 34°C+-.2 Serial #: MP6296
0.080 DGS N/A AG011102 W 34°C +-.2 Serial #: MP6297
04-20-22 W@ 34°C+-.2 Serial #: MP6298
Calibration Adjustment By Department Inspection By RAW
Barometric Pressure Gauge ID# Barometric Pressure ID# 26932
Simulator | Serial # Lot # Expiration Gauge 1013 Instrument 1012
0.000 N/A N/A Mouth Alcohol Solution Lot # 2021-B
0.040 Acetone Stock Solution Lot # 2021-C
0.100 Simulator Serial Number
0.200 0-002 mgg?
Interferent 5
0.300 0.050 MP6296
0.080DGS | N/A 0.080 MP6297
U Post Calibration Adjustment Stability Checks 0200 MP6298
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate U Form 40
0.080DGS | N/A U Calibration Adjustment @ Other Form 47

Notes/Suggested Service:

@ Instrument Complies with Chapter 11D-8, FAC
U Instrument Does Not Comply with Chapter 11D-8, FAC

@ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use

@ Conduct an Agency Inspection Before Evidentiary Use

2021 10

Digitally signed by lsrael Soto

I S rael Soto {1;;;:;021.10.07 09:37:22

.07
11:01:1

Tech Review / Date

Admir: Re\ﬁé%(’}')'Date

FDLE/ATP Form 48 January 2021
Issuing Authority: Alcohol Testing Program
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: FFWCC Serial Number: 80-007498
Time of Inspection: 13:12 Date of Inspection: 08/24/2021 Software: 8100.27
| Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202010A Lot#:202010B Lot#:202010D (g/210L)

Exp: 10/05/2022 Exp: 10/05/2022 Exp: 10/06/2022 Lot#:AG011102
Exp: 04/20/2022

0.000 0.049 0.079 0.197 0.078

0.000 0.050 0.079 0.198 0.078

0.000 0.050 0.080 0.198 0.078

0.000 0.050 0.080 0.197 0.078

0.000 0.049 0.080 0.198 0.078

0.000 0.050 0.080 0.197 0.077

0.000 0.050 0.080 0.198 0.077

0.000 0.050 0.079 0.198 0.078

0.000 0.050 0.080 0.198 0.077

0.000 0.050 0.080 0.198 0.078
Standard Deviations | 0.0004 0.0004 ] 0.0004 0.0004
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

) does not comply (

) with Chapter 11D-8, FAC

RICHARD A WILLIAMS

R oL
7

/47 Signature and Printed Name

FDLE/ATP Form 41 —Revised August 2005

08/24/2021
Date




FRUCC ~ FRUCC
o\

Intoxilyzer - Alcohol Analyz Intoxilyzer - Alcohol Analyzer FFWCC
Hodel 8000 SN 80-007438 Hode] 8000 SN 80-007498 Intoxilyzer - Rlcoho) Analyzer
18/24/2021 08/24/2021 Mode! 8000 SN 80-007498
Softuare: 8100.27 Softuare: 8100,27 18/24/2021
’ Softuare: 8100.27
Test gleliL Tire Test gL Tine
Test g/2l0L Time
Air Blank 0.000 11:01 fir Blank 0,000 11:07
Control Test 0.050 11:02 ControleTest  0.080 11:08 Rir Blank 0,000 11:19
Air Blank 0.000 11:02 Rir Blank 0,000 11:08 Control Test 0.196 11:20
Control Test 0.050 11:03 Control Test 0,079 11:09 Rir Blank 0,000 11:20
Rir Blank 0,000 11:04 Rir Blank 0,000 11:09 Control Test 0,197 11:21
Control Test 0,050 11:04 Control Test 0,078 11:10 Rir Blank 0.000 11:21
Air Blank 0,000 11:05 Air Blank 0,000 11:10 Control Test 0.197 11:22
Control Test Stats Control Test Stats Air Blank 0.000 11:23
Average 0.0500 Average 0.0793 Contro] Test Stats
Std Dev 0.0000 Std Dev 00006 Average 0,197
Rel Std Dev(’)  0.0000 - Rel Std Dev(®) 0.7277 Std Dev 0,0006

Rel Std Dev(X) 0.2936

N

g P

rafors-5tdnature Operator’s Signature >
Oerairs S ; ! Operatdr™s Signature

FFUCC
Intoxilyzer - Rlcohol Analyzer
Mode! 8000 SN 80-007498
08/24/2021
Software: 8100.27
Test gfeliL Time
Rir Blank 0.000 11:26
Control Test 0,078 11:27
Rir Blank 0.000 11:27
Control Test 0,078 11:27
Air Blank 0,000 11:28
Control Test 0,078 11:28

| Air Blank 0.000 11:29
Control Test Stats
Average 0.0780
Std Dev 0.0000

Rel Std Dev(’) 10,0000 | S )Lﬁbb:\/ ,31/7/ Ch fC/KS
63
Ple @O 007448
¥

Operator T STgnature




| Jo | bed Areno « joedsay « Aubsjul « soineS weiSord Sunsa ] [0yooy :ALioyiny Suinssy

Jojoadsu) Juswuedsaq 1207 Atenuer 69 w0 J1v/41A4
'SWVITTIM VY AYVYHOIY e

0070 6€:25:91 90°0L'1Z02 212Q ‘wiesSo1d Sunsa | [0Yoo]y JUSW0IOJUT ME]

swemim SWEI|[IM Y P1eydiy 1 20¢/ve/80 Jo Juouneda epLiof] oy Jo [eaoidde usnLIm oYM

v paeydry Aq paubis Ajlenbiq
‘[y ur 3deoxe peonpoidar aq jJou [[BYS JUSWNIOP SIY ],

‘spJepuels 6z0L1 DI /OSI PUB € 9pID OS] YHm 90UBPIOddE Ul SIAYD 24} paij1ieo pue paredesd sjonuod
prepuels se3 A1p jo tariddns oyJ, “1erpddns YD pauparose ue Aq parjddns S]ARID JO sasn ayy ySnoayy T SIN 03 9[qeader) a1e SjudWaInseaw [onuod ses A1Qq

‘spIepuels $z0L1 DAL /OSI UM 20UuepIodde ur AS0[0NIA UOISIdaI]
Aq pareIqIEd SIQWOULISY) [BNSIP (0t SOTuydINg 9[qeasen} TSIN Yim pasjosyd ate sarmeradwe) sejowowioy ], " TSIN 03 9[qeaoer; aie sarjeradwe) Jojenung

‘SpIepuelS ¢Z0LT OdI /OSI PUe $€0LT OSI PIm
90UBPIOdOE UI SATYD) 95y} paly1iad pue paredard SOV (SOV) OUJ ‘SWIISAG INSLAWIAUNOY) [0yoo[y Aq paredard suonnjos Suisn pajeiqi[ed sem JUSWNNSUI SIY ],

NOILVINYOANI ALI'TIVADVIL

‘syoayo Anjiqess 3sod pue ai1d pajeroosse ay) ulr punoy aie jusunsnipe Aue 19)e pue 210§2q S)NSAT JUSWNNSUT Y],

‘(£=Y) 20ULPIJUOD JO [9AJ] %EL 66 © 03 POssaIdX SI pue BIep opIm-}03[) U0 paseq s AJurepooun ,

“UOITRIIUSOUO0D [0Y0[k 10318} AU} JO ‘101eaIT SI JOASUIIYM ‘040G 1O GO(’( F UIYMM 9q IS S)NSI UoneIqI[ed [[V “elIoIo doueydaooe uonelqiies Aq payuwi] si serqg
*101Z /3 ut payrodar ase synsal [y

S00°0 [omuo) sen A TOIT /3 080°0

L00°0 1012 /30020 TI€l  ewl] uopneIqre)
¥00°0 1012 /30800 T20C/vCT/30 :o¥e(] UOTRIQI[E)
$00°0 1012 /30500 DOMId :Aoua3y SutumQ

F « ALNIVLIADONN 867200-08 :IequIn [eHsS

‘0008 JAZA[IX0U] - SAINPadold uondadsuy juawieda( - 9¢ wiog J.1v/41d4
)M Q0UBPIOIIE UT PIIRIqI[ed SeM “OU[ TIND AQ painjoejnuewl ¢ YGFZ00-08 Joqunu [BLIdS (0008 JOZA[IXOIU] JO uUoneIqI[ed ay) AJ11od 01 SI S|,
AHOLvHO8V1

. NOILVHEIMY DISNIHO4 ! I "1y,
80ETE "Td "e°sseue[[e ], — NSO —— N\ 4 7,
00€1 dHNS “C ‘Spigl ERTEETEER A s
NI ous o 6217 9)eolJ131a) UonjeIqi|e)  mmmum YNEESpiE
weiSold Sunsay [04ooy % WN\\\H/A%,

JuawIddIoJuyg MeT Jo uﬁmatmn—oa epLIof 4 ﬁ \\\\ N\ /7
7



LE REQUEST FOR REGISTRATION
Florida Department of
Law Enforcement

MAKE AND MODEL OF INsTRUMENT: INtoxilyzer 8000

SERIAL NUMBER: 90-007498

owninG acency: FFWCC

DATE OF DEPARTMENT INSPECTION: 08/24/2021

AGENCY INSPECTOR: Jarrod Molnar

ADDRESs: /373 Hwy 331 South

cITY, sTATE, zip: Defuniak Springs, FL 32435

TELEPHONE NUMBER: 850-865-2209

FAX NUMBER:

EMAIL ADDRESS (if available): jarrod.molnar@myfwc.com

For Program Office Use Only:

 }+~Registration Issued

Instrument Added to Evidentiary Instrument Database
Instrument Added to Monthly Statistics Database
Contact Information Added to Instrument Database

FDLE/ATP Form 47 December 2018 PRINTED COPIES UNCONTROLLED Page 1 of 1
Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




INSTRUMENT PROCESSING SHEET

I L E Agency FFWCC

S/N_80-007498

Florida Department of Date In 11/22/2021 DI Completion Date 11/22/2021 Qship wp/u QOH/D QAcml OEE
Law Enforcement
Intake By IS Quality Checks By IS Date 11-22-2021| Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
U Registration @ Replace External O-Rings O 5L/min—17mm
O Return from CMI / EE @ Instrument Set Up Verified Q 15L/min —53mm
Visual Inspection: @ R-Value 205 O 30L/min—103mm
B Case & Handle @ Flow Verification (L/s) U R-Value
& Kevboard & Drv Gas Shelf Flow Column # ATP-105 U Post Calibration Verification (L/s)
yboa y
& Feet & Breath Tube 32 mm 0.156 (.139-.169) | Flow Column #
& Ports W Screws Tight 36 mm 0.167 (.156 - .190) 32 mm (.139-.169)
53 mm 0.238 (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.523 (.447-.547) | 53 mm (.228 - .278)
W Power cord O Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
U Static Bag U 12V DC Cable Gauge ID # 28421
Notes: Instrument displays @ Stability Checks Maintenance By
"Busy" message when uploading Simulator | Serial # Lot #/Exp U Battery Replacement
on a phone line other U Dry Gas Regulator Replacement
instruments successfully 0.050 MP5088 202010A U Breath Tube Replacement
uploaded through. 10-05-2022 || Q Other
0.080 MP5089 2020108 DI Temp. Checks By RAW
10-05-2022 @ Lab Temp °C 21.21
0.200 MP5090 202010D External Digital Therm. ID#: 381189
10-06-2022 W@ 34°C +-.2 Serial #: MP5088
0.080 DGS N/A AG113403 W 34°C +-.2 Serial #: MP5089
05-14-2023 W@ 34°C+-.2 Serial #: MP5090
Calibration Adjustment By Department Inspection By 1S
Barometric Pressure Gauge ID# Barometric Pressure ID# 30793
Simulator | Serial # Lot # Expiration Gauge 1013 Instrument 1011
0.000 N/A N/A Mouth Alcohol Solution Lot # 2021-B
0.040 Acetone Stock Solution Lot # 2020-A
0.100 Simulator Serial Number
o e
0.300 0.050 MP5088
0.080DGS | N/A 0.080 MP5089
U Post Calibration Adjustment Stability Checks 0200 MPS090
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 [ Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080DGS | N/A U Calibration Adjustment 4 Other
Notes/Suggested Service: @ Instrument Complies with Chapter 11D-8, FAC
Instrument uploaded through analog phone line in U Instrument Does Not Comply with Chapter 11D-8, FAC
ATP office. IS 11-22-2021 @ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use
@ Conduct an Agency Inspection Before Evidentiary Use
Digitally signed by Taylor 2021.11.29
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2021
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: FFWCC Serial Number: 80-007498
Time of Inspection: 14:47 Date of Inspection: 11/22/2021 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes - No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met | Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes -
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202010A Lot#:202010B Lot#:202010D (g/210L)
Exp: 10/05/2022 Exp: 10/05/2022 Exp: 10/06/2022 Lot#:AG113403
Exp: 05/14/2023
0.000 0.049 0.080 0.196 0.078
0.000 0.050 0.079 0.195 0.079
0.000 0.050 0.079 0.195 0.078
0.000 0.050 0.079 0.195 0.079
0.000 0.050 0.079 | 0.195 0.078
0.000 0.050 0.079 0.195 0.079
0.000 0.050 0.080 0.195 0.079
0.000 0.050 0.079 0.195 j0.078
0.000 0.050 0.080 0.195 | 0.078
0.000 0.050 0.080 0.196 0.078
| Standard Deviations | 0.0003 0.0005 0.0004 0.0005
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:

The above instrument complies (

X

) does not comply (

) with Chapter 11D-8,

FAC.

I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

22zl e

ISRAEL SOTO

FDLE/ATP Form 41 —Revised August 2005

Signature and Printed Name

11/22/2021

Date




FFUCC

Intoxilyzer - Rlcohol Analyzer
Model 8000 SN 80-007438
1172212021

Softuare: 8100.27

Test g/2l0L Time
Rir Blank 0.000 12:06
Control Test 0.043 12:07
Rir Blank 0.000 12:07
Control Test 0.049 12:08
Rir Blank 0,000 12:08
Control Test 0.043 12:09
fir Blank 0.000 12:10
Control Test Stats

Average 0.0430

Std Dev 0.0000

Rel Std Dev(%) 0.0000

o

Operator’s Signature

stability Checles

FFUCC

Intoxilyzer - Alcohol Analyzer

Hode! 8000 SN 80-007498
1172212021

Softuare: 8100,¢7

Test g/2t0L Tine
Air 8lank 0.000 12:12
Contral Test 0,079 12:12
Rir Blank 0,000 12:13
Control Test 0.079 12:13
Rir Blank 0.000 12:14
Control Test 0,078 12:15
Rir Blank 0.000 12:15
Control Test Stats

Average 0.0730

Std Dev 0.0000

Rel Std Dev(%)  0.0000

wey

A

Operator’s Signature

FFUCC

Intoxilyzer - Rlcohol Analyzer

Mode! 8000 SN 80-007438
1172212021
Softuare: 8100.27
Test g/2liL Time
Rir Blank 0.000 12:24
Control Test 0.078 12:25
Rir Blank 0.000 12:25
Control Test 0.077 12:25
Rir Blank 0,000 12:26
Control Test 0,078 12:26
fir Blank 0.000 12:27
Control Test Stats

Average 0.0777

Std Dev 0.0006

Rel Std Deu(’) 0.7434

Dr/

4

Operator’s Signature

FFUCC

Intoxilyzer - Rlcohol Analyzer

Model 8000 SN 80-007438
1142212021

Software: 8100.27

Test glelil Time
Rir Blank 0.000 12:18
Control Test 0,19 12:19
Rir Blank 0.000 12:20
Control Test 0.194 12:20
Rir Blank 0,000 12:21
Control Test 0.1% 12:22
fir Blank 0,000 12:22
Control Test Stats

Average 0,1950

Std Dev 0.0010

Rel Std Dev(’) 0.5128

2L,

Operator’s Signature
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