Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REFPOKI - LNTOXILYZER 8000

Agency: LEESBURG P.D. Serial Number: 80-000824
Time of Inspection: 11:07 Date of Inspection: 01/26/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
- Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
R — — — - ——— Yes
Alcohol Free 0.059/210L Test [ 0.08g/210L Zcstc [ 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L; | {g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202007A Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 07/21/2022 Exp: 06/22/2023 Lot#:29821080A3
| Exp: 12/05/2023
0.000 0.047 0.077 [0.196 0.080
0.000 0.048 0.079 0.197 0.080
0.000 0.048 0.079 0.197 0.080
Number of Simulators Used: 5
Remarks:
A F / M A:USER ERROR
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection_in accordance with the provisions of Chapter 11D-8, FAC.
M ), o swwowpwmss
Signature and Printed Name

01/26/2022
Date

FDLEIATP Form 40 — March 2004




Florida Department O Law patorcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: LEESBURG P.D.
Time of Inspection: 20:07

Date of Inspedticn: 02/28/2022

Serial Number: 80-000824
Software: 8100.27

Check or Test \ - YES 'NO
‘Date and/or Time Adjusted
‘Diagnostic Check (Pre-Inspection): OK
» Yes
Aléohol Frae Subject Test: 0.000
. Yes
Mouth Alcohol Test: Slope Not Met
) Yes
. Interferent Detect Test: Interferent Detect
' _ Yes
Diagnostic Check (Post-Imspection): OK
Yes
‘Alcohol Free ' 0.05g/Z10L Test 170.08g/270L Test™ | 0.20g/210L Test 0.08 g/210%
Test ¢g/210Ly [ {G/210L) {g/210L) Dry Gas Std Test
(g7/210Ly ‘Lot#:202101C ! nov#:2020070 LotH#: 2021068 (g/210L)
Exp: 01/12/20%3 { mxp: 0772102022 Tap: 08/22/2D73 Tot#: 2982108043
: ' Exp: 12/05/2023
0.000 0.048 ? 0.079 G.1i98 0.0G79
0.000 0,049 0.080 _ 0.198 0.080
0.000 0.048 fe-080 jo.1e8  |0.080

Numbér of Simulators Used: 5

Hemarks:
&Y /M AJTO0 MUCH MOUTH ALCOHOL.

The above instrument coiiplies { X ) does not comply { Y with ¢hapter .1iD-8, FAC.
T. weértify that I hold a valid Flo¥idd Départment of Law Enforcement Agency Inspector Permit and  that I
performag this inspection in rdance with the provisions of Chapter 11D-B, PAC.

SHANNON L WALEE

FDLE/ATP Form 40 —March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

AgenCY% LEESBURG P.D,
Time of Inspection: 20:36

Date of Inspection: 03/22/2022

Sexrial Number: 80-000824
Software: 8100,27

Check or Test ¥YES NO
Date and/or Time Adjusted
. No.
Diagnestic Check (Pre-Inspectioi): OK
. Yes
Alcohol Free Subject Test: 0,000
' Yes
Mouth Alcohol Test: Slope Not Met
Yes:
Interferent Detect Test: Interferent Detect
. Yes
Diagnostic Check (Post-Inspection): OK
. Yes
"Alcohol Free 0.0597210L Test 0.089/210L Test 0.20¢/210%, Test 0.08 g/210L
Test (g/2101, (g/210L) {g/210L} Dry Gas Std Test
(g/210L} Lok#:202101C Lot#:2021080 Lot#:2021068 (g/210L)
Exp: 01/12/2023 Exp: NB/17/2023 Exp: (06/22/2023 Lot#:29821080R3
Exp: 12/05/72021
0G.000 0.048 0,078 10.1%8 0.080
0.000 D.0459 0.080 | 0.198 £.0B0
0.000 0.050 0. 080 0.199 0.080

Number of Simulators Used: 5

Remarks:

‘The above instrument complies ( %

I certi

. thath

I __.hdI!_i_ a

3 does not comply (

} sith Chapter 11D-8, Fac.

valid Florida Department of Law Enforcement Agency Inspector  Pérmit and that I

perforped this inspecydon ¥n accordance with tha. provisioas 6f Chapter 11D-3, Fac.
iF i! T // R . B
{7 PN T
A AN T ) JOHN G ‘SOMMERSDGRF
¥ ’ 13 { 7 Signature and Printed Name
;7
%

03/425/3022




Florida Department of Law Enforcement
Alcohol Testing Program

Agency+ LEESBURG P.D.
Time of Inspectlon. 10:02

.ﬁGENCY INSPECTION REPORT

Date of Inspection: 04/27/2022

— INTOXILYZER 8000

Serial Number: 80-000824

Softwares 8100.27

Check ,or Test. YES NO
Date and/or Time Adjusted

| No
Diagnostic Check (Pre-Inspection):

? Yes
Alcchel Free  Subject Test: 0.000

: Yes
Mouth Alcohol Test: Slope Not Met

5 ' Yes
Interfdrent Detect Test: Interferent Detect

. Yes,
Diagnostic Check (Post-Inspection): OK

o ' Yes

nlcohol_free- 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/2ldL
Test {g/210L) {g/210L}) (g/2310L)y Dry Gas Std Test
{g/210L) : Lot$:202101C Lot#:202108D Lot#:202106B {g/210L)

: Exp: 01/12/2023 Exp: U6/17/2023 Exp: 06/32/2023 Lot#:29821080A3

: ) Exps 12/05/20%3
0.000 0:.049 0.080 0.198. 0.079
0.000 0.049 0,081 0.198 0.080
0. 000 0-.049 p.081 0.1898 0.07%9

Nnﬁher-ofésimulators-Used: 5

Remarks:

The above instrument complies { X }. does not comply { y with CHapter 11D-8, FAC.

I certify:hhat I hold a valid Florida .Department of Law Enforcement Agency Inspector Permit and that I

pgrform _thls lnSPECtujan accardanee. with the prov;szons of Chapter L1b-#, FacC.
[ o i ,A]fj/{)o SOMMERSDORF / WALSH.
< Sidnature and Printed Name
04/27/2022
Date

EDLEJATP Form 40— March 2004



Florida Department 'oféLaw Enforcement
Alcohol Testmg Program

AGENCY INSPECTION REPORT — INTOXILYZER 8000

Agency; LEESBURG P.D.
Time of Inspections 10119

Serial Number: 20-000824

Date of Inspection: 06/11/2022 Software: 2100.27

Check or Test B YES NO
Date and/or Time Adjusted 5
. No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: .0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interfersnt Detect
Yes
Diagnostie¢ Check {Post-TInspection): OK
' Yes
Alcohol Free 0.05g/210L. Test 0.08g/210L ‘]39515 0.209/210L Test 0.08 g/210L
Test {g/21oL) {g/210L) {g/210L) Dry Gas Std ‘Test
(g/210Ly ‘Lot#:202101C Lot# 2021080 Lot#: 2021068 {g/210L). _
Exp: 01/12/2023% Exp: 08/17/20623 Exp: 06/22/2023 ‘Lot#:29821080A3
: Exps 12/05/2023
0.000 0.050 0,080 0.199 0.080
0.000 0. 050 0.080 0.200 0.080
0.000 0.050 0.080 : 0.200 0.080
Humber.of “8imulators Used: 5
Re‘ma__);_ks:
A F / W A:TOO MUCH MOUTH ALCOHOL.
The above instrument complies { X 3 doss not cqrr_iply_ ¢ ) with Chapter 11D-8, FAC..

I certify that. T hold a val:l.d Florida Departmeint. of Law Enforcement agency Inspactor Permit andé that I
erfoymed kthis J.nspectz.on accordance with the prov:.s:nons of Chapter-IiD-8, FAC.
Q»%/L/"\é) @0'\ . SHANNON L.WALSH

‘Signature and Printed Name

06/11[&022

Date

FDLE/ATP Form 40 — March 2004




Florida Department of
Alcohol Testin

i
i

Law Enforcem"e t
g Program

INTOXILYZER 8

AGENCY INSPECTION REPORT -— 000
Agency: LEESBURG P.D. A o Serial Number: 80-000824
Time of Inspection: 14:06 Date of Inspection: 07/30/2022 Software: 8100.27
| Check or Test ] - | | YES NO
Date and/oxr Time Adjusted ’
No ]
Diagnostic Check (Pre-Inspection):
. Yes
Alcohol Free Subject.Test: 0.000 [
. o - ‘ Yes
‘Mouth Alcohol Test: Slope Not Met
e o [ Yes
Interferent Detect Test: Interferent Detect ]
R Yes
Diagnostic Check (Post-Inspectiom): OK { |
| ¥es .
Blcohol Free. 0.05g/210L Test | 0.083/210L Tesk 0.209/210L. Test 0,08 g/210L" T
Test (g/210L) (g/210L) | (g7210m) Dry Gas Std Test
{g/210L) Lot#:202101¢ Lot#:202108D | Lot#:202106B {(g/210L)
Exp: 01/12/2023 Exp: 08/17/72020 Exp: 06/27/2023 i Lot#:25821080N3
) o i ‘~_ Exp: 13/057/2023
0.000 0.050 0 081 1.0,201 ;0,080
0.000 0.050 0,081 0,201 {0,080 :
2 T i 1
{ 0,000 0.049 | 0.082 | 0201 {0.080 |

Number of Simulators Used: 5

Remarks;

A F /M A:TOO MUCH MOUTH ALCOHOL.

The above instrument complies { %

I certify that I hold a val:Ld Florida Department of Law

\1:%;@& this inspection in ackordince With the provisions
2 Plpssen U lok ]

) does not comply (

j with Chapter 11D-8, FAC|

Enforcement Agency ,I-ns'pec*i:c
©of Chapter 11D-8,

FAC,

SHANNONW L WAESH

r Fermit aad that I

FOLE/ATP Form: 40— March 2004

‘Signature and Printed Hame




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER-BOOO
Agency: LEESBURG P.D. _ _ Serial Number: 80-00082%
Time of Inspection: 08:85 Date of Inspection: 08/31/2022 Softwarei 8100.27
Check or Test YES NO
Date and/eor Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Cheeck (Post-Inspection): OK
Yes
Alcoliol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test ‘0.08 g/210L
Test {a/210L} {g/210L) {gf210L) Pry- Gas Std Test
(g/210L) Lotkr202101C ‘Lot#:202]08D Lot#: 2021068 {g/210L)
' Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:29821080a3
' ' Exp: 12/05/2023.
0.000 0.049 0.081 0.199 0.079
o | 0000 0.049 0.081 0.199 0.080
0.000 0.049 1 0.081 0.199 0.080

Humber of Simulators Used: 5

Remarks :

‘The above instrument complies { X ) does not comply ¢ Yy with Chapter 11iDp-8, FAC.

#sat I/ hold ‘a ¥alid Florida Department of Law Enforcement Agency Inspector Permit and that I
i ifispection in accordance with the provisions of Chapter 11b-8, FAC.

SOMMERSDORF / WALSH
Signature and Printed Name

o’

FDLE/ATP Form 40 ~March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: LEESBURG P.D.

Serial Number: 80-000824
Time of Inspection: 12:51 Date of Inspection: 12/21/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free vl 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test | (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) | Lot#:202112a Lot#:202206B Lot#:202206C (g/210L)
& ! ‘ PV Exp:r 12/07/2023 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:29821080A3

Exp: 12/05/2023
0.000 -0.048 0.079 0.199 0.079
0.000 ’ 0.048 0.080 0.199 0.080
0.000 0.048 0.080 0.198 0.080

Number of SimuléﬁoréVUsed: 5

Remarks’: BEE AR

[

The above instrument complies (

I certify that

performed this
<

X

) does not comply (

JOHN G SOMMERSDORF

) with Chapter 11D-8, FacC.

Florida Department of Law Enforcement Agency Inspector Permit and that I
R” af) accordance with the provisions of Chapter 11D-8, FAC.

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

12/21/2022

Date




Florida Department of Law Enforcement
.IQKICXJ}ji)l'jrfistillgg_}?r()2;111111

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: LEESBURG P.D. Serial Number: 80-000824

‘Time of Inspection: 12:33 pate of Inspection: 05/24/2022 Software;: B8i00.27
Check or Test YES NO
Date and/or Time Adjusted

No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Fres Subject Test: .000
Yes.
Mouth Alcohol Test: Slope Not Met
‘Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check {(Post-Inspection):
Yes
Aleohol Frée 0,05g/210L Test 0.08g/210L. Test 0.20g/220L Test. -0.08 g/210L
Test (g/210Ly {(g/210L) (g/210L) Dry -Gas Std Test
(g/210L) Lot§:202101C Lot#:202108D Lot#: 2021068 {g/210L)
Exp: 01/12/2023 ‘Expr 0B/17/2023 Bxp: 06/22/2023 Lot#:29821080A3
i ) Exp: 12/05/20623
0.000 0.050 0.080 0.19% 0.079
0.000 0.050. 0.080 0.200 0.079
0.000 0.050 0.081 0.199 0.079

Number of Similato¥s Used: &

Remarks :

The above instrument . complies ( X ) does not comply [ j with Chapter 11p-8; FacC.

T certlf,xr that 7]

perfor?é/ this H\i%a’: pinf
" .

#‘;».--

!hoid }f’ alid Florida Department of Law Enforcement Agency Inspector Permit and that I
‘in accordance with the provisions of Chapter 11D-8,

r?ja

er,;f

FAC.

JOHN G SOMMERSDORF

FDLE/ATP Form 40 —

March 2004

Signature and Printed Name

U5/24/2027

Date






