Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Numbex: 80-007364
Software: 8100.27

Agency: WALTON COUNTY SO

Time of Inspection: 10:41 Date of Inspection: 04/26/2022

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Imnspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Imnspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)

Bxp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1346773

Exp: 07/08/2023
0.000 0.045 0.075 0.195 0.079
0.000 0.045 0.076 0.196 0.078
0.000 0.045 0.076 0.196 0.078

Number of Simulators Used: 5

Remarks: 7 v

“ CoW\P'.'an{

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this _inspection in accordance with the provisions of Chapter 11D-8, FAC.
%7 A
- #3552 WILLIAM P MAY
17/ Signature and Printed Name

04/26/2022
Date

FDLE/ATP Form 40 - March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-007364
Time of Inspection: 08:16 Date of Inspection: 06/24/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcochol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1346773
Exp: 07/08/2023
0.000 0.046 0.077 0.197 0.077
0.000 0.046 0.077 0.197 0.076
0.000 0.046 0.077 0.197 0.076
Number of Simulators Used: S
Remarks:
AF / MA:MA. LQ AA‘
(ave TcG\AU\E\ cA IA/A QQQQC\‘\‘A SAM”\OV\ QQ?QC\* ' QA‘X
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perforuejéj?is in! ction }Z)accordance with the provisions of Chapter 11D-8, FAC.
M) A #fg J WILLIAM P MAY

Signature and Printed Name

06/24/2022
Date

FDLE/ATP Form 40 - March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

- INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-007364
Time of Inspection: 08:44 Date of Inspection: 07/29/2022 Software: 6100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Bxp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1346773
Exp: 07/08/2023
0.000 0.045 0.077 0.197 0.078
0.000 0.046 0.078 0.197 0.077
0.000 0.046 0.078 0.197 0.078

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

) does not comply (

) with Chapter 11D-8, PAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
inspect n in accordance with the provisions of Chapter 11D-8, FAC.

performqf_;his

EE S

WILLIAM P MAY

Ik m,
[7454

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

07/29/2022

Date




Agency:

Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

WALTON COUNTY SO

Time of Inspection: 06:40

Date of Inspection: 08/31/2022

Serial Number:
Software:

80-007364
8100.27

Check or Test

YES NO

Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes

Alcohol Free Subject Test: 0.000

Yes

Mouth Alcohol Test: Slope Not Met

Yes

Interferent Detect Test:

Interferent Detect

Yes

Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free
Test
(g/210L)

0.05g/210L Test
(g/210L)
Lot#:202101C
Exp: 01/12/2023

0.08g/210L Test
(g/210L)
Lot#:202108D
Exp: 08/17/2023

0.20g/210L Test
(g/210L)
Lot#:202106B
Exp: 06/22/2023

0.08 g/210L

Dry Gas Std Test
(g/210L)
Lot#:1346773
Exp: 07/08/2023

0.000

0.047

0.077

0.197

0.077

0.000

0.047

0.077

0.197

0.077

0.000

0.047

0.078

0.198

0.077

Number of Simulators Used: 5

Remarks:

) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

p7;£ormed/Z?fsji;#gection in accordance with the provisions of Chapter 11D-8, FAC.
//5/« W %{ J&W 53 WILLIAM P MAY

J Signature and Printed Name
08/31/2022

Date

|

|

|

|
The above instrument complies ( X
FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-007364
Time of Inspection: 10:56 Date of Inspection: 09/30/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Imnspection): OK
No
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: Bxp: Lot#:
Exp:
Number of Simulators Used: 5
Remarks:
AF MA: MA GAVE READING. Non-compliance:REPEAT AF MA TEST / GAVE READING ON MA.
¢ /A e yMa
QV-QI Qe,c,\\_re ¢§\ k / t\' OW W
\
TK\(’LV\ Om\ OQ CO‘N\-§ oW oL
. !
T—V\SQ eéﬂw\ @ewo\\{é\
The above instrument complies ( ) does not comply ( X ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcemeant Agency Imnspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

WILLIAM P MAY

"~ Signature and Printed Name

09/30/2022
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

- INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-007364
Time of Inspection: 11:39 Date of Inspection: 09/30/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1346773
Exp: 07/28/2023
0.000 0.047 0.077 0.197 0.078
0.000 0.047 0.077 0.198 0.078
0.000 0.047 0.077 0.198 0.078

Number of Simulators Used: S

Remarks:

REPEAT AI- BACK IN COMPLIANCE

The above instrument complies ( X

W-/f{ﬁy

) does not comply (

) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this in

!

ctHan i:(i:::jfance with the provisions of Chapter 11D-8, FAC.
L *_/ :$ 3d5 WILLIAM P MAY

0,

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

09/30/2022

Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-007364

Time of Inspection: 11:33 Date of Inspection: 10/19/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.209/210L Test 0.08 g/210L
Test (g/210L) {(g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)

Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1346773
Exp: 07/08/2023
0.000 0.048 0.079 0.198 0.078
0.000 0.048 0.078 0.198 0.078
0.000 0.048 0.079 0.199 0.078

Number of Simulators Used: S

Take, OVL';‘ oA Sevvice
Seat fo FDLE
Q"' %QQVJ‘W"EVL"‘ IV\SP 907";0\/\ "/4\”\“,@,

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed th?z inspegtion in accordance with the provisions of Chapter 11D-8, FAC.

D/J 6 g7'—~/l/*0-./ #Jf}

WILLIAM P MAY

Signature and Printed Name

10/19/2022
Date

FDLE/ATP Form 40— March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-007364
Time of Inspection: 16:57 Date of Inspection: 11/30/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.059/210L Test 0.089/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1346773
Exp: 07/08/2023
0.000 0.048 0.078 0.197 0.081
0.000 0.049 0.079 0.197 0.080
0.000 0.049 0.079 0.197 0.081
Number of Simulators Used: S
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this,inspegbion ip, accordance with the provisions of Chapter 11D-8, FAC.

. 4;£;§Zf:§ WILLIAM P MAY

Signature and Printed Name

11/30/2022
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: WALTON COUNTY SO

Time of Inspection: 11:20

Date of Inspection: 12/29/2022

- INTOXILYZER 8000

Serial Number:
Software:

8100.27

Check or Test

YES NO

Date and/or Time Adjusted

No

Diagnostic Check (Pre-Inspection):

OK

Yes

Alcohol Free Subject Test: 0.000

Yes

Mouth Alcohol Test: Slope Not Met

Yes

Interferent Detect Test:

Interferent Detect

Yes

Diagnostic Check (Post-Inspection):

OK

Yes

Alcohol Free
Test
(g/210L)

0.05g/210L Test
(g/210L)
Lot#:202101C
Exp: 01/12/2023

0.08g/210L Test
(g/210L)
Lot#:202108D
Exp: 08/17/2023

0.20g/210L Test
(g/210L)
Lot#:202106B
Exp: 06/22/2023

0.08 g/210L

Dry Gas Std Test
(g/210L)
Lot#:1346773
Exp: 07/08/2023

0.000

0.051

0.080

0.197

0.080

0.000

0.051

0.080

0.198

0.080

0.000

0.051

0.081

0.198

0.080

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

I certify that I
pejfomed thj

) does not comply (

) with Chapter 11D-8,

in accordance with the provisions of Chapter 11D-8, FAC.

OmEmJ

WILLIAM P MAY

FAC.

1d a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

k7

FDLE/ATP Form 40 —

Signature and Printed Name

March 2004

12/29/2022

Date

80-007364
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