
INSTRUMENT PROCESSING SHEET 

Agency  ___________S/N____________________ 

Date In   DI Completion Date     Ship P/U H/D CMI EE 

  
 

FDLE/ATP Form 48 January 2022   PRINTED COPIES UNCONTROLLED               Page 1 of 1 
Issuing Authority: Alcohol Testing Program  For Internal ATP Use ONLY  

     

Calibration Adjustment                                                   By_________ Department Inspection                                                 By   
Barometric Pressure Gauge    ID #   

Simulator Serial # Lot # Expiration 
0.000  N/A N/A 
0.040    

0.100    

0.200    
0.300    

0.080 DGS N/A   

 Post Calibration Adjustment Stability Checks 
Simulator Serial # Lot # Expiration 
0.050    
0.080    

0.200    

0.080 DGS N/A   

 

Barometric Pressure ID#                 
Gauge         Instrument     
Mouth Alcohol Solution Lot #       
Acetone Stock Solution Lot #       

Simulator Serial Number 
0.000  
Interferent  
0.050  
0.080  
0.200  

 

Attachments 
 Form 41 
 Stability Checks 
 Calibration Certificate 
 Calibration Adjustment 

 Post-Stability Checks 
 Flow Calibration 
 Form 40 
 Other   

 

 

 

 

   

Intake                                   By________  Quality Checks      By__________  Date________   Flow Calibration  By________   Date________    
 Annual 
 Registration            
 Return from CMI / EE 

 

Visual Inspection: 
 Case  Handle   
 Keyboard  Dry Gas Shelf     
 Feet   Breath Tube      
 Ports  Screws Tight 

 

Other Equipment/ Accessories: 
 Power cord  Printer Cable  
 Static Bag  12V DC Cable 

 

Notes:  _
 _
 _ 
______________________________
______________________________
______________________________
______________________________
______________________________
______________________________
______________________________
______________________________ 

 Breath Tube Screen 
 Replace External O-Rings 
 Instrument Set Up Verified 
 R-Value    
 Flow Verification (L/s) 

Flow Column #    
    32 mm   (.139 - .169) 
    36 mm   (.156 - .190) 
    53 mm   (.228 - .278) 

103 mm   (.447 - .547) 
 Barometric Pressure Check 

Gauge ID #   
 Stability Checks 

Simulator Serial # Lot #/Exp 

0.050   

 

0.080 
 

  

 

0.200 
 

  

 

0.080 DGS 
 

N/A  

 
 

Flow Column #   

 R-Value    
 Post Calibration Verification (L/s) 

Flow Column #  
    32 mm    (.139 - .169) 
    36 mm    (.156 - .190) 
    53 mm    (.228 - .278) 
  103 mm    (.447 - .547) 

Maintenance                           By   
 Battery Replacement 
 Dry Gas Regulator Replacement 
 Breath Tube Replacement 
 Other   

  
  
  
  

  Instrument Complies with Chapter 11D-8, FAC 
  Instrument Does Not Comply with Chapter 11D-8, FAC 
  Return to/Place into Evidentiary Use 
  Remain Out of Evidentiary Use 
  Conduct an Agency Inspection Before Evidentiary Use 

Notes/Suggested Service:   
  
  
  
  
  
  

       
 Tech Review / Date                Admin Review / Date       

Florida Highway Patrol 80-003406

01-27-2022 01-28-2022

IS IS 01-28-2022

216

ATP-102
0.128
0.148
0.218
0.500

28421

MP5088
202010A

10-05-2022

MP5089
202010B

10-05-2022

MP5090
202010D

10-06-2022

AG113403
05-14-2023

IS 01-28-2022

ATP-105

216

ATP-102
0.148
0.164
0.230
0.488

IS

28421
1016 1012

2021-D
2021-C

MP5086
MP5087
MP5088
MP5089
MP5090







C
al

ib
ra

ti
on

 C
er

ti
fi

ca
te

F
lo

ri
da

 D
ep

ar
tm

en
t o

f 
L

aw
 E

nf
or

ce
m

en
t

A
lc

oh
ol

 T
es

tin
g 

P
ro

gr
am

27
29

 F
or

t K
no

x 
B

lv
d.

B
ld

g.
 2

, S
ui

te
 1

30
0

T
al

la
ha

ss
ee

, F
L

 3
23

08

T
hi

s 
is

 to
 c

er
ti

fy
 th

e 
ca

li
br

at
io

n 
of

 I
nt

ox
il

yz
er

 8
00

0 
se

ri
al

 n
um

be
r

80
-0

03
40

6

A
ll

 r
es

ul
ts

 a
re

 r
ep

or
te

d 
in

 g
/ 2

10
 L

. 
B

ia
s 

is
 li

m
it

ed
 b

y 
ca

li
br

at
io

n 
ac

ce
pt

an
ce

 c
ri

te
ri

a.
 A

ll
 c

al
ib

ra
tio

n 
re

su
lt

s 
m

us
t b

e 
w

it
hi

n 
±

 0
.0

05
 o

r 
5%

, w
hi

ch
ev

er
 is

 g
re

at
er

, o
f 

th
e 

ta
rg

et
 a

lc
oh

ol
 c

on
ce

nt
ra

tio
n.

*U
nc

er
ta

in
ty

 is
 b

as
ed

 o
n 

fl
ee

t-
w

id
e 

da
ta

 a
nd

 is
 e

xp
re

ss
ed

 to
 a

 9
9.

73
%

 le
ve

l o
f 

co
nf

id
en

ce
 (

k=
3)

.
T

he
 in

st
ru

m
en

t r
es

ul
ts

 b
ef

or
e 

an
d 

af
te

r 
an

y 
ad

ju
st

m
en

t a
re

 f
ou

nd
 in

 th
e 

as
so

ci
at

ed
 p

re
 a

nd
 p

os
t s

ta
bi

lit
y 

ch
ec

ks
.

T
R

A
C

E
A

B
IL

IT
Y

 I
N

FO
R

M
A

T
IO

N
T

hi
s 

in
st

ru
m

en
t w

as
 c

al
ib

ra
te

d 
us

in
g 

so
lu

tio
ns

 p
re

pa
re

d 
by

 A
lc

oh
ol

 C
ou

nt
er

m
ea

su
re

 S
ys

te
m

s,
 I

nc
. (

A
C

S)
. A

C
S

 p
re

pa
re

d 
an

d 
ce

rt
if

ie
d 

th
es

e 
C

R
M

s 
in

 a
cc

or
da

nc
e 

w
it

h 
IS

O
 1

70
34

 a
nd

 I
S

O
/ I

E
C

 1
70

25
 S

ta
nd

ar
ds

.

S
im

ul
at

or
 te

m
pe

ra
tu

re
s 

ar
e 

tr
ac

ea
bl

e 
to

 N
IS

T
. S

im
ul

at
or

 te
m

pe
ra

tu
re

s 
ar

e 
ch

ec
ke

d 
w

it
h 

N
IS

T
 tr

ac
ea

bl
e 

di
gi

ta
l t

he
rm

om
et

er
s 

ca
li

br
at

ed
 b

y 
P

re
ci

si
on

 M
et

ro
lo

gy
 in

 
ac

co
rd

an
ce

 w
it

h 
IS

O
/ I

E
C

 1
70

25
 s

ta
nd

ar
ds

.

D
ry

 g
as

 c
on

tr
ol

 m
ea

su
re

m
en

ts
 a

re
 tr

ac
ea

bl
e 

to
 N

IS
T

 th
ro

ug
h 

th
e 

us
e 

of
 C

R
M

s 
su

pp
li

ed
 b

y 
an

 a
cc

re
di

te
d 

C
R

M
 s

up
pl

ie
r.

 T
he

 s
up

pl
ie

r 
of

 d
ry

 g
as

 s
ta

nd
ar

d 
co

nt
ro

ls
 

pr
ep

ar
ed

 a
nd

 c
er

ti
fi

ed
 th

e 
C

R
M

s 
in

 a
cc

or
da

nc
e 

w
ith

 I
S

O
 G

ui
de

 3
4 

an
d 

IS
O

/ I
E

C
 1

70
25

 s
ta

nd
ar

ds
. 

, m
an

uf
ac

tu
re

d 
by

 C
M

I,
 I

nc
. w

as
 c

al
ib

ra
te

d 
in

 a
cc

or
da

nc
e 

w
ith

F
D

L
E

/A
T

P
 F

or
m

 3
6 

- 
D

ep
ar

tm
en

t I
ns

pe
ct

io
n 

P
ro

ce
du

re
s 

- 
In

to
xi

ly
ze

r 
80

00
.

D
at

e

O
w

ni
ng

 A
ge

nc
y:

C
al

ib
ra

tio
n 

D
at

e:

P
ag

e
 1

 o
f 

1

Se
ri

al
 N

um
be

r:

14
:4

2

IS
R

A
E

L 
 S

O
T

O
D

e
a

rt
m

en
t I

n
s

e
ct

o
r

0
1/

28
/2

0
2

2

80
-0

03
40

6

01
/2

8/
20

22
F

L
 H

IG
H

W
A

Y
 P

A
T

R
O

L

F
D

L
E

/A
T

P
 F

or
m

 6
9 

Ja
nu

ar
y 

20
22

Is
su

in
g 

A
ut

ho
ri

ty
: A

lc
oh

ol
 T

es
tin

g 
P

ro
gr

am

0.
00

5
0.

08
0 

g/
 2

10
 L

 D
ry

 G
as

 C
on

tr
ol

0.
00

7
0.

20
0 

g/
 2

10
 L

0.
00

4
0.

08
0 

g/
 2

10
 L

0.
00

4
0.

05
0 

g/
 2

10
 L

U
N

C
E

R
T

A
IN

T
Y

* 
±

C
al

ib
ra

tio
n 

T
im

e:

T
hi

s 
do

cu
m

en
t s

ha
ll

 n
ot

 b
e 

re
pr

od
uc

ed
 e

xc
ep

t i
n 

fu
ll,

 
w

it
ho

ut
 w

ri
tt

en
 a

pp
ro

va
l o

f 
th

e 
F

lo
ri

da
 D

ep
ar

tm
en

t o
f 

L
aw

 E
nf

or
ce

m
en

t A
lc

oh
ol

 T
es

tin
g 

P
ro

gr
am

.



INSTRUMENT PROCESSING SHEET 

Agency ___________S/N____________________ 

Date In  DI Completion Date Ship P/U H/D CMI EE

FDLE/ATP Form 48 January 2022 PRINTED COPIES UNCONTROLLED   Page 1 of 1 
Issuing Authority: Alcohol Testing Program For Internal ATP Use ONLY  

  

Calibration Adjustment       By_________ Department Inspection   By  

Barometric Pressure Gauge   ID # 
Simulator Serial # Lot # Expiration 
0.000 N/A N/A 
0.040 

0.100 

0.200 
0.300 

0.080 DGS N/A 

Post Calibration Adjustment Stability Checks
Simulator Serial # Lot # Expiration 
0.050 
0.080 

0.200 

0.080 DGS N/A 

Barometric Pressure ID#   

Gauge    Instrument 
Mouth Alcohol Solution Lot # 
Acetone Stock Solution Lot #  

Simulator Serial Number 
0.000 
Interferent 
0.050 
0.080 
0.200 

Attachments 
Form 41
Stability Checks
Calibration Certificate
Calibration Adjustment

Post-Stability Checks
Flow Calibration
Form 40
Other

Intake  By________ Quality Checks      By__________  Date________   Flow Calibration  By________   Date________ 
Annual
Registration
Return from CMI / EE

Visual Inspection:
Case Handle
Keyboard Dry Gas Shelf
Feet Breath Tube
Ports Screws Tight

Other Equipment/ Accessories: 
Power cord  Printer Cable
Static Bag 12V DC Cable

Notes: _
_
_ 

______________________________
______________________________
______________________________
______________________________
______________________________
______________________________
______________________________
______________________________ 

Breath Tube Screen
Replace External O-Rings
Instrument Set Up Verified
R-Value
Flow Verification (L/s)

Flow Column #
    32 mm  (.139 - .169) 
    36 mm  (.156 - .190) 
    53 mm  (.228 - .278) 

103 mm  (.447 - .547) 
Barometric Pressure Check

Gauge ID #
Stability Checks

Simulator Serial # Lot #/Exp 

0.050 

0.080 

0.200 

0.080 DGS N/A 

Flow Column # 

R-Value
Post Calibration Verification (L/s)

Flow Column #
    32 mm  (.139 - .169) 
    36 mm  (.156 - .190) 
    53 mm  (.228 - .278) 
  103 mm  (.447 - .547) 

Maintenance        By  

Battery Replacement
Dry Gas Regulator Replacement
Breath Tube Replacement
Other

Instrument Complies with Chapter 11D-8, FAC
Instrument Does Not Comply with Chapter 11D-8, FAC
Return to/Place into Evidentiary Use
Remain Out of Evidentiary Use
Conduct an Agency Inspection Before Evidentiary Use

Notes/Suggested Service:  

 Tech Review / Date    Admin Review / Date  

Florida Highway Patrol 80-003406

7/18/2022 07-20-2022

PN

Missing two feet under the
dry gas shelf. -PN

Agency Inspector indicated
instrument received Interferent
Detect message on control test
during a subject test. - IS

PN 7/19/2022

247

ATP 103
.136*
.140*
.214*
.476

28662

MP6291
202201C

01/11/2024

MP6292
202201D

01/18/2024

MP6293
202201E

01/18/2024

AG121002
07/29/2023

IS 07-19-2022

ATP-103

259/255

ATP-103
0.140/0.140
0.156/0.152
0.226/0.222
0.4880.484

IS

28427
1013 1011

2022-A
2022-B

MP6289
MP6290
MP6291
MP6292
MP6293

Form 51

Third Post Calibration Verification
32mm: 0.128 R-Value: 251
36mm: 0.140
53mm: 0.214
103mm: 0.492
Unable to adjust flow values into nominal range.
Sending instrument to repair. IS

0.488/0.484
IS 7-20-2022

Tech Review: Added "/" to 103mm 
value under Flow Calibration 
IS 7-20-2022

5 IS 07-21-2022

Admin Review: Corrected Flow Column # under Flow Calibration   IS 07-21-2022
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Return Material Authorization 

FDLE/ATP Form 51 October 2017  PRINTED COPIES UNCONTROLLED  Page 1 of 1
Issuing Authority: Alcohol Testing Program           For Internal ATP Use Only  

Ship to:  CMI, Inc. 

 Enforcement Electronics 

Shipment to repair facility authorized by:     on     

Items Returned:  Instrument     Supplies     Other  Describe:       

Instrument Model:         Serial Number:      

Bill To Address: 

       

       

       

       

       

Ship to Address: 

       

       

       

       

      

Reason for Return:  

             

             

             

             

              

Please choose one of the following options: 

 1.  I     , authorize all repairs. 

 2.  I     , authorize repairs up to $  . 

 3.  I require an estimate BEFORE any repairs will be authorized and/ or conducted. 

Please contact: Name:     

Phone #:     Email:         

ATP Contact Name:      ATP Email:       

Fred Hening 07-19-2022

Intoxilyzer 8000 80-003406

Florida Highway Patrol Alcohol Testing Program - FDLE

813 B Lake Bradford Road

Tallahassee, FL 32304

Agency Inspector indicated that instrument received an Interferent Detect message during

the control tests on a subject test. Instrument had non-nominal results for flow measurement

and values could not be brought into nominal range after multiple flow calibration adjustments.

Fred Hening

850-410-3046 fredrickhening@flhsmv.gov

Israel Soto israelsoto@fdle.state.fl.us


