Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000781
Software: 8100.27

Agency: FL HIGHWAY PATROL

Time of Inspection: 10:42 Date of Inspection: 10/06/2024

Check or Test YES NO
Date and/or Time Adjusted | |
No |
Diagnostic Check (Pre—Inspectionf?_éf
3 Yes
' Alcohol Free Subject Test: 0.000
- - 1 Yes
' Mouth Alcohol Test: Sliope Not Met '
Yes
Interferent Detect Test: Interferent Detect
- Yes
‘Diagnostic Check (Post-Inspection): OK -
- Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Tesat 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202402E Lot#:202307A Lot#:202307C (g/210L)
Exp: 02/27/2026 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402946336
] Exp: 01/17/2027
0.000 0.048 0.078 0.194 0.080
0.000 0.048 0.078 0.195 | 0.081
0.000 0.049 0.079 0.197 0.080

Number of Simulators Used: 5

Remarks:
N/

The above ingtrume complies ( X ) does not comply ( ) with Chapter 11Db-8, FAC.

I certify that
performed this

- NEIL ¥ RUBEL
Signature and Printed Name

10/06/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-00073!
Time of Inspection: 11:02 Date of Inspection: 08/02/2024 Software: 8100.27
| Check or Test YES NO
' Date and/or Time Adjusted S
B No
Diagnostic Check (Pre-Inspection): OK -
Yes
| Alcohol Free Subject Test: 0.000 S
Yes
Mouth Alcchol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect o
Yes .
Diagnostic Check (Post-Inspection): OK B !
o ) -  Yes |
[alcohol Free 0.05g/210L Test ©.08g/210L Test | 0.20g/210L Test [0.08 g/210L
Test (g/210L) (a/219L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202307C 5(9/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 | Lot#:402946336
¢ B - | Exp: 01/17/2027
¢.000 0.050 0.079 0.200 | 0.079
0.00¢C 0.050 0.079 0.200 ‘ 0.079
0.0600 0.051 0.080 0.200 1 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.
I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

S NICOLE M BASFORD
S8ignature and Printed Name

08/02/2924 _
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Bgency: FL HIGHWAY PATROL Serial Number: 80-000781
Time of Inspection: 09:41 Date of Inspection: 05/21/2024 Software: 8100.27
| Check or Test | YEs NO
Date and/or Time Adjusted
; SRR No
Diagnostic Check (Pre-Inspection): OK
e = e Yes _..f.- = |
Alcchel Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
e e ——— —————————————————— Yes
Interferent Detect Test: Interferent Detect
§ Yes
Diagnostic Check (Post-Inspection): OK
R R | Yes -
Alcohol Free [0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/2101L) Lot#:202303J Lot#:202307A Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 06/15/2024 Lot#:402946336
| Bxp: 0171772027 ]
10.000 0.049 0.079 0.200 0.079 '
| 0.000 0.049 0.080 0.200 | 6.079
| 0.000 0.050 | 0.080 0.201 ! 0.079
Number of Simulators Used: 5
Remarks:
NA
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed Wg&pection in accordance with the provisions of Chapter 11D-8, FAC.
/Z/z::jéz;t
. A A V i— SUSAN M BARGE _

Signature and Printed Name

05/21/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement

Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Number: 80-000781
Time of Inspection: 15:08 Date of Inspection: 03/04/2024 Software: 8100.27
| Check or Test | YES NO
| Date and/or Time Adjusted ‘
| No
Diagnostic Check (Pre-Inspection): OK - | o
Yes |
Alcohol Free Subject Test: 0.000 o
| Yes
| Mouth Alcohol Test: Slope Not Met
| Yes
Interferent Detect Test: Interferent Detect |
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free [ 0.05g/210L Test 0.08g/210L Test ['0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 06/15/2024 Lot#:1482048
! Exp: 04/21/2024
0.000 | 0.049 0.078 0.199 0.080
0.000 i 0.049 0.079 0.200 0.079
0.000 : 0.049 0.07% 0.200 0.080

Number of Simulators Used: 5

Remarks:
N/A

I certify that

ar formed this' .(@

NEIL F RUBEL

Signature and Printed Name

03/04/2024
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: FHP Serial Number: 80-000781
Time of Inspection: 14:35 Date of Inspection: 02/06/2024 Software: 8100.27
| Check or Test YES NO
[Date and/or Time Adjusted
| . No
[ Diagnostic Check (Pre-Inspection): OK
| Yes
iAlcohol Free Subject Test: 0.000
Yes _
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes |
| Diagnostic Check (Post-Inspection): OK [
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test T 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 06/15/2024 Lot#:1482048
Exp: 04/21/2024
0.000 0.048 0.079 0.196 0.081
0.000 0.048 0.07¢9 0.198 0.081
0.000 0.049 0.080 0.198 0.081

Number of Simulators Used: 5

Remarks

The above instrument complies ( X

I certify tha
performed !

) does not comply (

FDLE/ATP Form 40 — March 2004

) with Chapter 11D-8, FAC.

ERIC D ABRAHAM

Signature and Printed Name

02/06/2024
Date

hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
spection in accordance with the provisions of Chapter 11D-8, FAC.

oty



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-000781
Software: 8100.27

Agency: FHP

Time of Inspection: 11:38 Date of Inspection: 01/28/2024

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

" Yes

Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gag Std Test
(g/210L) Lot#:202303J Lot#:202206B Lot#:202206C (g/210L)

Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:1482048

Exp: 04/21/2024
0.000 0.049 0.077 0.203 0.081
0.000 0.050 0.078 0.205 0.081
0.000 | 0.050 0.077 0.204 0.081

Number of Simulators Used: 5

Remarks:
N/A

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a

Pe§£3i;;f;y is ingpecti
<

\ LT §

1lid Florida Department of Law Enforcement Agency Inspector Permit and that I
e/with the provisions of Chapter 11D-8, FAC.

NEIL F RUBEL
Signature and Printed Name

01/28/2024
Date

FDLE/ATP Form 40 — March 2004



