Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: CALHOUN COUNTY SO Serial Number: 80-000875
Time of Inspection: 11:32 Date of Inspection: 10/05/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted _ ]
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
— Yes
Mouth Alcohol Test: Slope Not Met
) Yes -
Interferent Detect Test: Interferent Detect '
- Yes |
Diagnostic Check (Post-Inspection): OK ]
Yes
Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) | Lot#:202402E Lot#:202307A Lot#:202307C (g/210L)
| Exp: 02/27/2026 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402956578
| B - Exp: 01/29/2027
0.000 0.049 0.080 0.197 0.082
0.000 0.049 0.080 0.197 0.082
IO.OOO I0.049 0.080 0.198 0.082

Number of Simulators Used: 5

Remarks:

N/A E?

The above ingtrument complies ( X

I certify t
performed t

8

t I hold

in

ction /in acco

)} does not comply (

FDLE/ATP Form 40 — March 2004

) with Chapter 11D-8,

FAC.

NEIL F RUBEL

FAC.

valid Florida Department of Law Enforcement Agency Inspector Permit and that I
ance with the provisions of Chapter 11D-8,

Signature and Printed Name

10/05/2024
Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: CALHOUN COUNTY SO Serial Number: 80-000875
Time of Inspection: 14:07 Date of Inspection: 08/19/2024 Software: 8100.27
Check or Test | ¥yes | NO |
Date and/or Time Adjusted '
S R ] | No
Diagnostic Check (Pre-Inspection): OK :
I ' Yes

Alcchol Free Subject Test: 0.000

_ Yes )

Mouth Alcohol Test: Slope Not Met

L Yes

Interferent Detect Test: Interferent Detect

S o o . | Yes
Piagnostic Check (Post-Inspection): OK
N Yes i

“Alcohol Free 0.059/210L Test 0.08g/210L Test 0.20¢g/210L Test 0.08 g/210L

Test {g/210L) (¢/219L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202402F Lot#:2023074a Lot#:202307C (g/210L)

Exp: 02/27/2026 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402956578
Exp: 01/29/2027

0.000 0.048 [0.080 0.195 0.0682

0.00GC 0.048 | 0.080 0.198 0.082

0.000 0.049 1 0.080 0.199 0.083
Number of Simulators Used: 5

o
Remarks
N/A
The above instrument complies ( X ) does not comply ( y with Chapter 11p-8, FAC.

lorida Department of Law Enforcement Agency Inspector Permit and that I
fdance with tne provisions of Chapter 11D-8, FiC.

I certify that I holq/£>valid
\ﬁifc’rmed ¢ iswctj‘q/i[ acgb
r— hid/

NEIL F RUBEL

\ { Signature and Printed Name
) {
08/19/2024
Date

EDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: CALHOUN COUNTY SO

INTOXILYZER 8000

Serial Number: 80-000875
Time of Inspection: 02:03 Date of Inspection: 05/24/2024 Software: 8100.2z7
Check or Test YES | NO
Date and/or Time Adjusted N
- — _No
|Diagnostic Check (Pre-Inspection): OK R __l
| Yes L
| Alcohol Free Subject Test: 0.000 B |
— == _ Yes B B
Mouth Alcohol Test: Slope Not Met o
- | Yes . R
Interferent Detect Test: Interferent Detect ’I B '|' -
| Yes !
Diagnostic Check (Post-Inspection): - - | ) i
| Yes | |
[ Alcohol Free 0.05g/210L Test | 0.08g/210L Test 0.20g9/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J | Lot#:202307A Lot#:202206C {g/210L}
Exp: 03/28/2025 IExp: 07/11/2025 Exp: 06/15/2024 Lot#:402956578
________ B L Exp: 01/29/2027
| 0.000 0.049 0.081 0.199 0.083
f= B o |
0.00C |0.049 0.080 0.199 0.083
0.000 | 0.049 0.080 0.199 0.083

Number of Simulators Used: 5

Remarks:
N/B

W

The above instrument complies ( X
]

performed t

) does not comply (

) with Chapter 11D-8, FAC.

I certify thpt I holq a val;ié@lorlda Department of Law Enforcement Agency Imnspector Permit and that I

FDLE/ATP Form 40

—March 2604

in actordance with the provisions of Chapter 11D-8, FAC.

NEIL ¥ RUBEL

Signature and Printed Name

05/24/2024

Date



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: CALHOUN COUNTY SO Serial Number: 80-000875
Time of Inspection: 12:15 Date of Inspection: 02/05/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time_Adjuéted o
B No
Diagnostic Check (Pre-Inspection): OK
B Yes
Alcohol Free Subject Test: 0.000
Yes |
Mouth Alcohol Test: Slope Not Met
Yes |
Interferent Detect Test: Interferent Detect
Yes ]
Diagnostic Check (Post-Inspection): OK -
| No
Alcohol Free [ 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202206B Lot#: (g/210L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: Lot#:
L - Exp:
0.000 0.047 0.074 / 0.070
0.000 I0.048 0.076 / 0.074
[0.000 [ 0.049 0.077 / 0.075

Number of Simulators Used: 5

Remarks:
08: Control Outside Tolerance, Control Outside Tolerance. Non-compliance:QUTSIDE TOLERANC

O.0% antation Provided o low fesarrt, the 0.0% =45 dunged e
Candror Tegt wWwad Condacted

The above instrument complies ( ) does not comply ( X ) with Chapter 11D-8, FAC.

I certify that
performed this

- ’45058’ B ERIC D ABRAHAM

Signature and Printed Name

a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
ecFion in accordance with the provisions of Chapter 11D-8, FAC.

02/05/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: CALHOUN COUNTY SO

Serial Number: 80-000875

Time of Inspection: 13:32 Date of Inspection: 02/05/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time AdjugEéa -
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met -
Yes
Interferent Detect Test: Interferent Detect
- Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 06/15/2024 Lot#:1482048
l Exp: 04/21/2024
0.000 0.050 0.083 0.204 0.082
0.000 0.050 0.082 0.203 0.082
0.050 0.081 0.201 0.082

0.000

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply { )} with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Imnspector Permit and that I

iﬁ;ﬁormed inspection in accordance with the provisions of Chapter 11D-8, FAC.

i /7

{ﬁ’: % ERIC D ABRAHAM
Signature and Printed Name

02/05/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: CALHOUN COUNTY SO Serial Number: 80-000875
Time of Inspection: 11:36 Date of Inspection: 01/28/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202206B Lot#:202206C {(g/210L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:1482048
| Exp: 04/21/2024
0.000 0.051 0.079 0.201 0.081
0.000 0.051 0.079 0.202 0.082
0.000 0.051 0.079 0.201 0.081
Number of Simulators Used: 5
Remarks g
N/A
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

NEIL F RUBEL

Signature and Printed Name

01/28/2024
Date

FDLE/ATP Form 40 — March 2004





