Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 14:41 Date of Inspection: 12/01/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202307C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402328118
Exp: 01/20/2025
0.000 0.048 0.078 0.197 0.080
0.000 0.048 0.078 0.197 0.080
0.000 0.048 0.078 0.197 0.080

Number of Simulators Used: 5

Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I c that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

inspection in accordance with the provisions of Chapter 11D-8, FAC.

performed th;?
=L g v
"~

DANIEL E LYONS

v

&

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

12/01/2024

Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

- INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 13:29 Date of Inspection: 11/20/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free

0.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202307C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402397742
Exp: 03/25/2025
0.000 0.048 0.078 0.196 0.079
0.000 0.048 0.078 0.197 0.078
0.000 0.048 0.078 0.196 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X

I certi
performed th1

) does not comply (

) with Chapter 11D-8, FAC.

DANTEL E LYONS

at I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
in pectlon in accordance with the provisions of Chapter 11D-8, FAC.

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

11/20/2024

Date




Elorida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 12:26 Date of Inspection: 10/25/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202307C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402397742
Exp: 03/25/2025
0.000 0.046 0.076 0.191 0.079
0.000 0.046 0.078 0.192 0.080
0.000 0.047 0.076 0.191 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X comply ( ) with Chapter 11D-8, FAC.
t I hold a valid Flogpidg

is 1nsp=ction in agcor

fy t
perform d t

Department of Law Enforcement Agency Inspector Permit and that I
¢ wijth £he provisions of Chapter 11D-8, FAC.

DANIEL/MICHAEL E LYONS/HERNANDEZ

ignature and Printed Name

10/25/2024
Date

FDLE/ATP Form 40 — March 2004




K

lorida Department of Law Enforcement

Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 12:09 Date of Inspection: 09/18/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Chegk (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202307C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402397742
Exp: 03/25/2025
0.000 0.048 0.078 0.195 0.080
0.000 0.047 0.078 0.196 0079
0.000 0.048 0.078 0195 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I “55;2;\§fa

old a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
oction in accordance with the provisions of Chapter 11D-8, FAC.

réf?qq

DANIEL E LYONS

t h
performed this jinsp

FDLE/ATP Form 40 —

Signature and Printed Name

09/18/2024
Date

March 2004




ﬂ L]
Florida Department of Law Enforcement
AGENCY INSPECTION REPORT - INTOXILYZER 8000
Agency: OSCEOLA [CORRECTIONS Serial Number: 80-000968
Time of Inspection: 12:44 Date of Inspection: 07/19/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol| Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202307C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402397742
Exp: 03/25/2025
0.000 0.048 0.078 0.198 0.079
0.000 0.048 0.078 0.198 0.079
0.000 0.048 0.078 0.198 0.080
Number of Simulatqgrs Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I c i{fy that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed\this jngpection in accordance with the provisions of Chapter 11D-8, FAC.
_j N/ DANIEL E LYONS
~— Signature and Printed Name
07/19/2024
Date
FDLE/ATP Form 40 - March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA [CORRECTIONS Serial Number: 80-000968
Time of Inspection: 12:14 Date of Inspection: 06/17/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol| Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
_ Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202307C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402397742
Exp: 03/25/2025
0.000 0.048 0.078 0.197 0.079
0.000 0.048 0.078 0.198 0.079
0.000 0.049 0.079 0.197 0.079
Number of Simulatgrs Used: 5
Remarks:
The above instrument complieés ( X ) does not comply ( ) with Chapter 11D-8, FAC.

tify that I|hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
perfo d tlis ingpection in accordance with the provisions of Chapter 11D-8, FAC.

[T)1/\ DANIEL E LYONS
Signature and Printed Name

06/17/2024
Date

FDLE/ATP Form 40~ March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

lGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA |CORRECTIONS Serial Number: 80-000968
Time of Inspection: 11:05 Date of Inspection: 05/17/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol |Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202206B Lot#:202206C (g/210L)
Exp: 03/26/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:402397742
Exp: 03/25/2025
0.000 0.048 0.078 0.197 0.000 / 0.079
0.000 0.048 0.078 0.197 0.000 / 0.079
0.000 0.048 0.077 0.197 0.000 / 0.079
Number of Simulators Used: 5
Remarks:
08:Control Outside Tol;DID NOT CONNECT DRY GAS HOSE . CONNECTED HOSE AND RE-TESTED, WITH/IN S
TANDARDS
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify tha® I hqld a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspgction in accordance with the provisions of Chapter 11D-8, FAC.
1,4’5714' DANIEL E LYONS
~— ¥ Signature and Printed Name
05/17/2024
Date
FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 14:12 Date of Inspection: 04/19/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol [Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Chdck (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202206B Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:402328118
Exp: 01/20/2025
0.000 0.047 0.076 0.191 0.079
0.000 0.048 0.076 0.192 0.080
0.000 0.048 0.076 0.191 0.080
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I geértify at If hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed thiy igspection in accordance with the provisions of Chapter 11D-8, FAC.

_/ m)/\ DANIEL E LYONS

— // hd Signature and Printed Name

J 04/19/2024
Date

FDLE/ATP Form 40 - March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS Serial Number: 80-000968
Time of Inspection: 11:22 Date of Inspection: 02/23/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
T Yes
Alcohol Free $ubject Test: 0.000
Yes
Mouth Alcohol |Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202206B Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:402328118
Exp: 01/20/2025
0.000 0.047 0.077 0.194 0.080
0.000 0.048 0.077 0.196 0.079
0.000 0.047 0.077 0.195 0.080
Number of Simulatgrs Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
gbection in accordance with the provisions of Chapter 11D-8, FAC.

ZUW DANIEL E LYONS

Signature and Printed Name

02/23/2024
Date

FDLE/ATP Form 40— March 2004




o

AGENCY INBPE%TION REPORT - INTOXILYZER 8000

Agency: OSCEOLA CORRECTIONS 1 Serial Number: 80-000968
Time of Inspection: 12:04 ~ Date of Inspection: 01/03/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcochol Test: Slope Not Met

Yes -8
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free

0.05g9/210L Test

0.08g/2101L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) {g/210L) Dry Gas Std Test
{g/210L) Lot#:202303J Lot#:202206B Lot#:202206C {g/210L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:402330433
EBxp: 01/24/2025
0.000 0.046 0.075 0.194 0.080
0.000 0.047 0.076 0.193 0.079
0.000 0.046 0.076 0.193 0.079

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X )

does not comply (

) with Chapter 11D-8, FAC.

I cexrtify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

01/03/2024

Date




