Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-006237
Software: 8100.27

Agency: CLAY COUNTY SO

Time of Inspection: 12:43 Date of Inspection: 06/27/2024

Check or Test YES | NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
! Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes |
Alcohol Free 0.05g/210L Test 0.08g/210L Test | 0.20g/210L Test 0.08 g/210L |
Test (g/210L) (g/2101) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202307A Lot#:202307C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:28423080A4
| Exp: 11/05/2025
0.000 0.047 0.078 0.199 0.079
0.000 0.047 0.077 0.198 0.078
0.000 0.046 0.078 0.199 0.078
Number of Simulators Used: 5
Remarks:
MONTHLY INSPECTION
The above instrument complies ( X )} does not comply ( )} with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

perfo s inspection in accordance with the provisions of Chapter 11D-8, FAC.
et
= T/RY
RICHARD L PATRONE
Jﬁﬁ/;pf Signature and Printed Name
06/27/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Serial Number: 80-006237
Software: 8100.27

Agency: CLAY COUNTY SO

Time of Inspection: 10:42 Date of Inspection: 08/25/2024

Check or Test | YES NO
Date and/or Time Adjusted [
| No
Diagnostic Check (Pre-Inspection): OK |
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
| Yes
Interferent Detect Test: Interferent Detect |
Yes
Diagnostic Check (Post-Inspection): OK |
Yes |
Alcohol Free | 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) | bry Gas Std Test
(g/210L) Lot#:202303J7 Lot#:202307A Lot#:202307C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:28423080A4
. Exp: 11/05/2025
0.000 0.048 0.079 0.198 0.080
0.000 0.048 0.079 0.199 0.080
0.000 0.048 0.079 0.199 0.079

Number of Simulators Used: 5

Remarks:
MONTHLY INSPECTION

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify at? I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

inspection in accordance with the provisions of Chapter 11D-8, FAC.

/ "L Yy RICHARD L PATRONE
fé?' ! signature and Printed Name
08/25/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: CLAY COUNTY SO
Time of Inspection: 13:26

Serial Number: 80-006237

Date of Inspection: 05/19/2024 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000 : |
Yes
Mouth Alcohol Test: Slope Not Met j
Yes |
Interferent Detect Test: Interferent Detect
f Yes \
| Diagnostic Check (Post-Inspection): OK
Yes \
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202206B Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:28423080A4
Exp: 11/05/2025
0.000 0.049 0.079 0.199 0.080
0.000 0.049 0.0795 0.200 0.081
0.000 0.049 0.080 0.199 0.081

Number of Simulators Used: 5

Remarks:
RETURN TO SERVICE INSP

A)F STAeATH spmle fFReVipep /57 SoT. Soprsor b9y

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
Pi:z;;fjg7this inspection in accordance with the provisions of Chapter 11D-8, FAC.

S 73
zﬁﬁ/éﬁpf Signature and Printed Name

RICHARD L PATRONE

05/19/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: CLAY COUNTY SO Serial Number: 80-006237
Time of Inspection: 10:58 Date of Inspection: 03/24/2024 Software: 8100.27
| Check or Test YES | NO |
‘Daté and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
| Mouth Alcohol Test: Slope Not Met =
Yes
Interferent Detect Test: Interferent Detect =
Yes
Diagnostic Check (Post-Inspection): OK I I
| Yes
rilcohol Free | 0.053/210L Test 0.08g/210L Test 0.20g9/210L Test | 0.08 g/210n.

Test

(g/210L)

(g/210L)

(g/210L)

Dry Gas Std Test

‘ {g/210L) Lot#:202303J Lot#:202206B Lot#:202206C (g/2101L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:07622080A2
ExXp: 05/05/2024
0.000 0.048 0.078 0.202 0.079
0.000 0.047 0.078 0.202 | 0.07s8
0.000 0.047 0.078 0.201 0.079

|

Number of Simulators Used: 5

Remarks:

MONTHY AI. BEFORE SENDING OFF FOR ANNUAIL INSPECTION

The above instrument complies ( X

I certify that I hold a wvalid Florida Department of Law Enforce

performed

is

) does not comply (

aspection in accordance with the provisions of Chapter 11D-8, FAC.

MATTHEW P JOHNSON

) with Chapter 11D-8, FAC.

ment Agency Inspector Permit and that I

-y

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

03/24/2024

Date



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: CLAY COUNTY SO
Time of Inspection: 07:49

Serial Number: 80-006237

Date of Inspection: 02/25/2024 Software: 8100.27

Check or Test YES NO
| Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.053/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/2101L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:2023037 Lot#:202206B Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:07622080A2
Exp: 05/05/2024
0.000 | 0.049 | 0.079 0.200 0.081
0.000 0.048 0.079 0.200 0.080
0.000 0.048 0.079 0.200 0.081

Number of Simulators Used: 5

Remarks:
MONTHLY INSPECTION

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

-
I certify/tEZ; I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that T
performed-this_inspectioiiin accordance with the provisions of Chapter 11D-8, FAC.

[ e/

RICHARD T, PATRONE
Signature and Printed Name

02/25/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: CLAY COUNTY SO Serial Number: 80-006237
Time of Inspection: 11:22 Date of Inspection: 01/27/2024 Software: 8100.27
| Check or Test | YEs NO
' Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK |
Yes
Alcohol Free Subject Test: 0.000
I Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.053/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (gr/210L) (g/210L) (g/21¢0L) Dry Gas Std Test
{g/210L) Lot#:202303J Lot#:202206B Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:07622080A2
B Exp: 05/05/2024
0.000 0.048 0.077 0.200 0.079
0.000 0.047 0.077 0.200 0.079
0.000 0.047 0.077 0.200 0.079
Number of Simulators Used: 5
Remarks:
MONTHLY INSPECTION
The above instrument complies ( X ) does not comply ( )} with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
G%% éﬁ'/* MATTHEW P JOHNSON

Signature and Printed Name

01/27/2024
Date

FDLE/ATP Form 40 — March 2004



