Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-006760
Software: 8100.27

Agency: FL HIGHWAY PATROL

Time of Inspection: 13:01 Date of Imspection: 10/01/2024

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
- Yes L ,
Mouth Alcohol Test: Slope Not Met - ' N -
- B Yes
| Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imspection): OK - o -
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {(g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202402E Lot#:202307A Lot#:202307C (g/210L)
Exp: 02/27/2026 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402477284
B | - _ i Exp: 06/27/2025
0.000 0.047 0.079 0.194 0.080
0.000 0.048 0.079 0.194 0.079
0.000 | 0.048 0.079 0.195 0.079

Number of Simulators Used: 5

Remarks:
N/A

The above instrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

lorida Department of Law Enforcement Agency Inspector Permit and that I
rdance with the provisions of Chapter 11D-8, FAC.

NEIL F RUBEL
Signature and Printed Name

10/01/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

INTOXILYZER 8000

Agency: FL HIGHWAY PATROL Serial Numberxr: 80-006760
Time of Inspection: 15:39 Date of Inspection: 08/03/2024 Software: 8100.27
| Check or Test YES NO
| Date and/or Time Adjusted :
o , | Wo
Diagnostic Check (Pre-Inspection): OK |
- ) Yes
Alcochol Free Subject Test: 0.000 |
_ l Yes
‘Mouth Alcohol Test: Slope Not Met - [
| Yes 1 :
Interferent Detect Test: Interferent Detect ' - T
\ Yee
Diagnostic Check (Post-Inspection): OK e R
L _ | Yes |
[ alcohol Free 0.05g/210L Test | 0.08g/210L Test ) 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) bry Gas Std Test
(g/210L) Lot#:202402E Lot#:202307A Lot#:202307C (g/210L)
Exp: 02/27/2026 Exp: 07/11/2025 Exp: 07/12/2025 Lot#:402477284
_ I __ | Bxp: 06/27/2025 |
0.000 0.047 0.080 0.198 0.080
0.000 6.049 0.082 0.198 0.080
0.000 | 0.049 0.081 0.197 0.080 i
Number of Simulators Used: 5
Remarks/:
N/

The above instrument complies (

I certify th

performed this| inspect

X

} does not comply (

) with Chapter 11D-8, FAC.

nce with the provisions of Chapter 11D-8, FAC.

FDLE/ATP Form 40 — March 2004

NEIL F RUBEL

I hold gﬁ%a id ;;?fida Department of Law Enforcement Agency Inspector Permit and that I
140 iy accopdia

Signature and Printed Name

08/03/2024
Date



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT

Agency: FL HIGHWAY PATROL

INTOXILYZER 8000

Serial Number: 80-006760
Time of Inspection: 01:58 Date of Inspection: 05/24/2024 Software: 8100.27
Check or Test | YES NO
Date and/or Time Adjusted 1 i
- No
"BEEEHE&éE&‘cﬁéck (Pre-Inspection): OK T
Yes
Alecochol Free Subject Test: 0.000 -
B Yes |
Mouth Alcohol Test: Slope Not Met i :
Yes [
Interferent Detect Test: Interferent Detect I
_ - - Yes '
Diagnostic ChéEﬁJ(Post—Inspection);qOK o T
L N | Yes
"alcohol Free [ 0.059/210L Test 0.08g/210L Test 0.20g/210L Test ‘ 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) | bry Gas Std Test
(g/210L) Lot#:2023037 Lot#:202307A Lot#:202206C (g/210L})
| Exp: 03/28/2025 Exp: 07/11/2025 Exp: 06/15/2024 Lot#:402277284
| I ) | mxp: 06/27/2025 |
| 0.000 0.047 | 0.081 0.196 | 0.080
0.000 0.048 0.081 0.196 | 0.080
0.000 0.047 0.081 0.195 0.080

Numbexr of Simulators Used: 5

Remarks:

N/A@

The above instrument complies ( X ) does not comply (

I certify that I hold lid F

S

Date

FDLE/ATP Form 40 — March 2004

Signature_énd Printed Name

05/24/2024

NEIL F RUBEL

) with chapter 11D-8, FAC.

ida Department of Law Enforcement Agency Inspector Permitc and that I
inspection it accofdapce with the provisions of Chapter 11D-8, FAC.




Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

AGENCY INSPECTION REPORT -

Agency: FL HIGHWAY PATROL Serial Number: 80-006760
Time of Inspection: 10:55 Date of Inspection: 03/05/2024 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No N
Diagnostic Check (Pre-Imnspection): OK
I Yes |
Alcohol Free Subject Test: 0.000 1
Yes |
Mouth Alcohol Test: Slope Not Met
Yes ~
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
| Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 g/210L
Test | (g/210L) {g/210L) (g/210L) | pry Gas std Test
(g/210L) Lot#:202303J0 Lot#:202307A Lot#:202206C (g/210L)
Exp: 03/28/2025 Exp: 07/11/2025 Exp: 06/15/2024 Lot#:402477284
Exp: 06/27/2025
/ 0.000 | 0.047 0.076 0.198 0.080
/ 0.000 | 0.048 0.078 0.198 0.080
/ 0.000 | 0.048 0.078 0.197 0.080
Number of Simulators Used: 5
Remarks: @
00: Ambient Fail CLEARED AREA OF CONTAMINANTS)
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify

hat I hold

performed this inspection”in accordd
\
= - -

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

03/05/2024
Date

NEIL F RUBEL

2lid Florida Department of Law Enforcement Agency Inspector Permit and that I
ce with the provisions of Chapter 11D-8, FAC.




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-006760
Software: 8100.27

Agency: FL HIGHWAY PATROL

Time of Inspection: 10:05 Date of Inspection: 01/04/2024

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Imnspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303J Lot#:202206B Lot#:202206C {g/210L)

Exp: 03/28/2025 Exp: 06/14/2024 Exp: 06/15/2024 Lot#:402477284

Exp: 06/25/2025
0.000 0.048 0.077 0.194 0.080
0.000 0.048 0.077 0.195 0.080
0.000 0.048 0.077 0.195 0.080

Number of Simulators Used: 5

Remarks:
N/A

The above ingtrument complies ( X ) does not comply ( } with Chapter 11D-8, FAC.

NEIL F RUBEL

qéianature and Printed Name

01/04/2024
Date

FDLE/ATP Form 40 — March 2004



