FULE

Florida Department of
Law Enforcement

INSTRUMENT PROCESSING SHEET

Agency Escambia County SO

s/N 80-000749

Date In 05/09/2024

DI Completion Date

Qship QpP/Uu WH/D WCMI

Intake By ALL Date 05092024 |Quality Checks By DA Date 5/28/24 Flow Calibration By Date
& Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 224 O 30L/min —103mm
Visual Inspection: .
@ Flow Verification (L/s) U R-Value
@ Case @ Handle I -
Flow Column # ATP102 U Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf —_—
B Feot B Breath Tube 32 mm 0.164 (.139-.169) | Flow Column #
. 36 mm 0.183 (.156-.190) | 32mm (.139 - .169)
@ Ports @ Screws Tight
_ _ 53 mm 0.246 (228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.519 (447 -.547) | 53 mm (.228 - .278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
® Static Bag Q 12V DC Cable Gauge ID # 28662
Notes: @ Stability Checks
Simulator Serial # Lot #/Exp Maintenance By Date
0.050 202303K U Battery Replacement
MP3088 03/29/2025 U Dry Gas Regulator Replacement
U Breath Tube Replacement
0.080 202303L
MP5089 Q other
03/29/2025
0.200 202304C
MP5090
04/05/2025
0.080 DGS N/A 06723080A5
04/05/2025
Calibration Adjustment By SP Department Inspection By SP
Barometric Pressure Gauge 1010 ID # 28663 Barometric Pressure ID# 28662
Simulator | Serial # Lot # Expiration Gauge 1010 Instrument 1003
0.000 MP6294 N/A N/A Mouth Alcohol Solution Lot # 2024-A
0.040 MP6295 23400 10/24/25 Acetone Stock Solution Lot # 2023-B
0.100 MP6296 23450 12/5/25 Simulator Serial Number
0.000 MP6289
0.200
MP6207 24080 2/13/26 - torforent MP6290
0.300 MP6298 23410 11/1/25 0.050 MP6291
0.080 DGS N/A AG310901 [04/19/2025 | | | 0080 m;’gggg
U Post Calibration Adjustment Stability Checks :
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 U Calibration Certificate O Form 40
0.080 DGS N/A @ Calibration Adjustment @ Other Form 51
Notes/Suggested Service: O Instrument Complies with Chapter 11D-8, FAC
@ Instrument Does Not Comply with Chapter 11D-8, FAC
U Return to/Place into Evidentiary Use
@ Remain Out of Evidentiary Use
O Conduct an Agency Inspection Before Evidentiary Use
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2024

Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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Stabitify Checks 80-000149  6/aglay  pa

ESCAE T oD ESCAMBI. T F ESCABIR TN D ,

Intoxiiyzer ~ Al ane! qraly Intoxilyzar - m00 A2 Intoxilyze . - A0l ~:E:;z§r .
o an e 81000745 ocel 8431 1 81900745 rael 8108 S 8115074
05/28/2024 ' 5/28/2024 s

Softuare; 8106.27 Softuare: 819027 Softiare: 819027

Test o210 Tine Test g/210L Time Test g/21L T;ﬁE
AP Blank 0 18+ Air Blank 0.000 18:38 air Blank E.?DE ﬁ%zﬁf
fontroi Test S:Ega @S:gj Control Test 007 i8:.40 antrgl Test 5.197 22322
air Blank 0,009 0834 air Blank 0.990 08:41 Air Blank ) 0,000 ;;dg
fontrof Test 0,053 U8;35 Cantrol Test 0.078 U8:4} Egntro! 'Te:'~ ﬂ,;96 ﬁé:4~
Rir Blank 0.00 08: 3% fir Blank 0.000 08:41 far‘Bl?ni ) U‘;Uq Fﬁ:4;
Contrel Test 0,051 18:3 Control Test 0078 08:42 ol Test 0197 3348
Bir Blank 0,081 18:37 fir Rlank 0,000 08:43 2ir Blank 0.900 &
Control Test Stats - Control Test Stats Control Test Stats

Auerage 2,050 fuerage 3.07810 fuerage 0.1947

Std Deu 00800 Std Dev £.0000 Std Dev 0.0086

Rel Sto Deu(x) 06000 Rel Std Deu(z)  0.3600 Rel Sta Deu(z) [.283

S

7~
A (Y
L .__:;;Cij;i:};;:iizj ____________
)5 cuoalt - Fege R

ESCAME!: Ty 0
intoxilyzer - wizinal
vode] 000

15/28/2024

Softuare: 8100.27

SN 80-801748

Tast gr2llL Tine
air Blank 0,080 08: 50
Control Test 0.079 08:50
Air Blank 0.080 08:50
Control Test 0.077 08:51
Rir Blank 0.000 08:51
Contrgl Test 0.077 08:52
Air Blank 0.000 08:52
Control Test Stats

Auerage 0.0777

Std Dau §.0012

Rel Std Deul%)  1.48¢7




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: ESCAMBIA COUNTY SO Serial Number: 80-000749
Time of Inspection: 12:30 Date of Inspection: 06/04/2024 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes

Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK No |
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L)

Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/202S Lot#:AG325603
Exp: 09/13/2025

0.000 0.050 0.080 0.198 0.034 / 0.025
0.000 0.051 0.079 0.197 0.030 / 0.026
0.000 0.051 0.079 0.197 0.026 / 0.024
0.000 0.052 0.079 0.198 0.023 / 0.023
0.000 0.052 0.079 0.197 0.023 / INT
0.000 0.052 0.079 0.197 0.024

0.000 0.053 0.079 0.197 0.023

0.000 0.053 0.079 0.198 INT

0.000 0.053 0.079 0.197

0.000 0.053 0.079 0.199

Standard Deviations | 0.0010 0.0003 | 0.0007 [
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: Number of Simulators Used: 5
Remarks:

08: Interferent Detect, Interferent Detect. Non-compliance: . Ch ed 4+a"‘)k‘ M’Ug,
finst set of a/uwbgsis 42 4tRowbles hoot issSue. IWstrwment
stitl Reading [oo° values awol obtaining INT excephon.
Lot awd expipation ol DGS ane +he Same.

The above instrument complies ( ) does not comply ( X ) with Chapter 11D-8, FAC.

I certify that I performed thi:;?iﬁiection ip/ accorda Zith the provisions of Chapter 11D-8, FAC.

SHAYLA D PLATT
CjFignature and Printed Name

06/04/2024
Date

FDLE/ATP Form 41 —Revised August 2005
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Return Material Authorization

Ship to: CMI, Inc.

|:| Enforcement Electronics

Shipment to repair facility authorized by: Sa@m Shelley on 6/6/24

Items Returned: Instrument Supplies L1 Other [ Describe: 224

|- Intoxilyzer 8000 80-000749

Instrument Mode Serial Number:

Bill To Address: Ship to Address:
Escambia County SO FDLE Tallahassee

Reason for Return:

Instrument failed inspection on dry gas standard test. Attempted calibration adjustment and

it failed on dry gas standard. (See attachments)

Please choose one of the following options:

HER , authorize all repairs.

(2.1 , authorize repairs up to $

3. | require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Sa@m Shelley

Phone #: Email: SIshelley@escambiaso.org
ATP Contact Name: Shayla Platt ATP Email: Shaylaplatt@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




FUOLE

INSTRUMENT PROCESSING SHEET

Agency Escambia County SO

s/N 80-000749

Florida Department of

Date In 2/15/2024 DI Completion Date 2/16/2024 ®@ship Qp/u 0OH/D OcmlI QEE
Law Enforcement
Intake By PN Date_2/16/12024 |Quality Checks By PN Date 2/16/12024 | Flow Calibration By Date
& Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 222 O 30L/min —103mm
Visual Inspection: .
@ Flow Verification (L/s) U R-Value
@ Case @ Handle I -
Flow Column # ATP 103 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf E—
B Feot B Breath Tube 32 mm .156 (.139-.169) | Flow Column #
; 36 mm .164 (.156-.190) | 32mm (.139-.169)
@ Ports @ Screws Tight
_ _ 53 mm .238 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 500 (447 - .547) | 53 mm (.228 - .278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
® Static Bag Q 12V DC Cable Gauge ID # 28421
Notes: @ Stability Checks
Instrument wa_s brought to Simulator | Serial # Lot #/Exp Maintenance By Date
FDLE by DI Siddoway on 0.050 202303K U Battery Replacement
2/15/2024. PN MP6291 03/29/2025 U Dry Gas Regulator Replacement
0.080 MP6292 202303L U Breath Tube Replacement
03/29/2025 || U Other
0.200 202304C
MP6293
04/05/2025
0.080 DGS N/A 06723080A5
04/05/2025
Calibration Adjustment By Department Inspection By PN
Barometric Pressure Gauge ID# Barometric Pressure ID# 28421
Simulator | Serial # Lot # Expiration Gauge 1014 Instrument 1008
0.000 N/A N/A Mouth Alcohol Solution Lot # 2023-A
0.040 Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
terteren P6250
nterreren
0.300 0.050 MP6291
0.080 DGS N/A 0.080 MP6292
0.200
U Post Calibration Adjustment Stability Checks MP6293
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080 DGS N/A O Calibration Adjustment d Other

Notes/Suggested Service:

@ Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC

@ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use

@ Conduct an Agency Inspéf\tionlBefore EE!.ié.’Sﬁ}tsi@EXdlg)?e
avia

Digitally signed by Taylor
Gutschow

Date: 2024.02.20 15:45:33
-05'00'

Tech Review / Date

Taylor
Gutschow

Date: 2024.02.21

Platt 10:01:14-05'00'
Admin Review / Date

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED

Page 1 of 1

For Internal ATP Use ONLY




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: ESCAMBIA COUNTY SO Serial Number: 80-000749
Time of Inspection: 11:39 Date of Inspection: 02/16/2024 Software: 8100.27
| Check or Test YES NO Check or Test YES | NO !
iDiagnaétic Check T ~ |Date and/or Time Adjusted '
(Pre-Inspection): OK Yes | No
Minimum Sample Volume o | Barometric Pressure Sensor |

Check: OK Yes Check: OK Yes |
Alcohol Free Subject Mouth Alcohol Test:
| Test: 0.000 Yes Slope Not Met Yes
| Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L)
Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#:06723080A5
Exp: 04/05/2025 |
0.000 0.051 i0,079 0.199 1 0.081
|~ [ = . _ -0
0.000 0.050 0.080 0.199 0.082
1 0.000 1 0.050 0.080 0.200 0.082
IO.OOO I 0.050 :0.080 0.19¢° 0.081
i 0.000 0.050 | 0.080 0.200 0.082
0.000 0.050 0.080 0.199 0.081
0.000 1 0.051 0.080 0.200 i0.081 a
| 0.000 0.050 0.080 0.199 0.081 '
0.000 0.050 0.080 0.1599 0.081 |
0.000 0.050 0.080 0.199 0.081 i
| standard Deviations | 0.0004 | 0.0003 0.0004 0.0004 |

Average Standard Deviation of 0.05,

Remarks:

The above instrument complies ( X

0.08 and 0.20 g/210L Tests:

)} does not comply ¢

0.0003  Number of Simulators Used: S

)} with Chapter 11D-8, FAC.

his inspection in accordance with the provisions of Chapter 11D-8, FAC.

I certi t I pe

PHIL NICODEMO

V\____/

FDLE/ATP Form 41 —Revised August 2005

Signature and Printed Name

02/16/2024
Date
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