FUOLE

Agency Seminole County SO

INSTRUMENT PROCESSING SHEET

$/N.80-001271

Florida Department of

Date In 05/22/2024
Law Enforcement

DI Completion Date 06/06/2024

wship OpP/u WQH/D WCMI OEE

Intake By ALL Date 052212024 |Quality Checks By DA Date 5/28/24 Flow Calibration By PN Date 6/5/2024
& Annual @ Breath Tube Screen Flow Column # ATP 103
O Registration @ Replace External O-Rings @ 5L/min—17mm
@ Return from CMI / EE @ Instrument Set Up Verified @ 15L/min—53mm
. . @ R-Value 140 @ 30L/min —103mm
Visual Inspection: —
@ Flow Verification (L/s) @ R-Value 140
@ Case @ Handle I -
B Kevboard B Drv Gas Shelf Flow Column # ATP102 @ Post Calibration Verification (L/s)
a FeZt a BrZath i 32 mm 0.140 (.139-.169) | Flow Column #ATP 102
; 36 mm 0.152 (.156-.190) | 32mm .144 (.139 - .169)
@ Ports @ Screws Tight
_ _ 53 mm 0.226 (.228-.278) | 36 mm .160 (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.468 (447 -.547) | 53mm .234 (.228 - .278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm 503 (.447 - .547)
Q Static Bag Q 12V DC Cable Gauge ID # 28662
Notes: Incorrect time -- clock set @ Stability Checks
:.?| 00:30I VS ‘IZ:?O.}c — Simulator Serial # Lot #/Exp Maintenance By Date
OW values out of nhominal range as |
0.050 202303K attery Replacement
Instrument needs a flow cal. DA MP5088 03/29/2025 QO Dry Gas Regulator Replacement
5/28/24 U Breath Tube Replacement
0.080 MP5089 202303L
03/29/2025 || U Other
0.200 202304C
MP5090
04/05/2025
0.080 DGS N/A 06723080A5
04/05/2025
Calibration Adjustment By Department Inspection By PN
Barometric Pressure Gauge ID# Barometric Pressure ID# 28427
Simulator | Serial # Lot # Expiration Gauge 1007 Instrument 1008
0.000 N/A N/A Mouth Alcohol Solution Lot # 2024-A
0.040 Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
terteren \IPS057
nterreren
0.300 0.050 MP5088
0.080 DGS N/A 0.080 MP5089
0.200
U Post Calibration Adjustment Stability Checks MPS090
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks @ Flow Calibration X2
0.200 @ Calibration Certificate @ Form 40X2
0.080 DGS N/A O Calibration Adjustment d Other

Notes/Suggested Service:
Inadvertently conducted Al bypass on 6/5/2024.

@ Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC

PN 6/5/2024.

@ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use

@ Conduct an Agency Inspection Before Evidentiary Use
C Digitally signed

~y 7]~

Taylor =ATLRZS) /RS

Gutschow

Tech Review / Date

Digitally signed by Taylor
schow

by Shayla Platt

—P{W Date: 2024.06.12
in Revidf4239t8400

Date: 2024.06.07 14:18:29

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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Stability Checks  £0- 001871 Dlag/ay DA

SEMINOLE COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001271
05/28/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 12:45
Control Test 0.050 12:46
Air Blank 0.000 12:46
Control Test 0.050 12:47
Air Blank 0.000 12:48
Control Test 0.049 12:48
Air Blank 0.000 12:49
Control Test Stats

Average 0.0497

Std Dev 0.0006

Rel Std Dev (%) 1.1625

Tator's Signature



SEMINOLE COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001271
05/28/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 12:51
Control Test 0.080 12:52
Air Blank 0.000 12:52
Control Test 0.079 12:53
Air Blank 0.000 12:53
Control Test 0.078 12:54
Air Blank 0.000 12:55
Control Test Stats

Average 0.0720

std Dev 0.0010

Rel Std Dev (%) 1.2658

(S

Operator's Signature




SEMINOLE COUNTY SO

Intoxilyzer - Alcohol Analyzer

Mcdel 8000 SN 80-001271
05/28/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 12:56
Control Test 0.200 12:57
Air Blank 0.000 12:58
Control Test 0.198 12:58
Air Blank 0.000 12:59
Control Test 0.199 13:00
Air Blank 0.000 13:00
Control Test Stats

Average 0.1990

Std Dewv 0.0010

Rel Std Dev (%) 0.5025

Jh—

Operator s Signature




SEMINOLE COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-001271
05/28/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 13:02
Control Test 0.080 13:02
Air Blank 0.000 13:03
Control Test 0.081 13:03
Air Blank 0.000 13:04
Control Test 0.081 13:04
Air Blank 0.000 13:05
Control Test Stats

Average 0.0807

Std Dev 0.0006

Rel Std Dev (%) 0.7157

DG&GS
(\

+=Ztor's Signature



VUV CBusesres s

(=

SEHINOLE CCUNTY SO

Intoxilyzer - Alconol fnalyzer

Hode! 8000 SN 80-001271
0670572024

Software; 8100.27

Flow Rate Calibrationsxsxixks

I: Rate (Liters/min) = 5
SORT(DIFE) ) = 6,555

2: Rate (Liters/mind = 15
SORT(DifF) ) = 11,266

3: Rate (Liters/min) = 30
SORT(DIfF) J = 20.246

Dependent Data Scale Factor = 100000 L/nin

Independent Data Scale Factor = 256

Rounded Slope = 705

Rounded Intercept = -62417!

Correlation = 0,99801



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -~ INTOXILYZER 8000

Agency: SEMINOLE COUNTY SO Serial Number: 80-001271
Time of Inspection: 12:43 Date of Inspection: 05/28/2024 Software: 8100.27
Check or Test YES | NO |
Date and/or Time Adjusted i i
| No f
Diagnostic Check (Pre-Imspection): OK I
| : No
| Alcohol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met .
No
Interferent Detect Tesgt: Interferent Detect
~ No
Diagnostic Check (Post-Inspection): OK
| —— No
Alcohol Free 0.05g/210L Test | 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: ExXp: Exp: Lot#:

| Exp:

Number of Simulators Used:

Remarks:
BYPASS AI TO OPERATE INSTRUMENT COMPLIANCE NOT DETERMINED

Compiiance not determined o/25/2y DA

The—abuve—tnstrunent—eemplies (X T doesTot  conpiy— 7 WIth Chapter IID-8, FaC,

I certify
performed 'thi

hat I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that I
sfpection in accordance with the provisions of Chapter 11D-8, FAC.

DESTINEE N ARMSTRONG
Signature and Printed Name

05/28/2024
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: SEMINOLE COUNTY SO
Time of Inspection: 09:08

Serial Number: 80-001271

Date of Inspection: 06/05/2024 Software: 8100.27

Check or Test YES | NO
Date and/or Time Adjusted [
No
Diagnostic Check (Pre-Inspection): OXK |
No
Alcohol Free Subject Test: 0.000
No
Mouth Alcochol Test: Slope Not Met .
' | No
Interferent Detect Test: Interferent Detect
- — p— i | No
Diagnostic Check (Post-Inspection): OK ] |
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test | 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Loti: Lot#: Lot#: (g/210L)
Exp: BExp: Exp: Lot#: ]
L Exp: |

Number of Simulators Used:

Remarks:
BYPASSED AI TO OPERATE INSTRUMENT.,COMPLIANCE NOT DETERMINED

Upon finishing Al I realized this instrument did not require a bypass
to operate, as it was performed previously 5/28/2024. PN 6/6/2024

The above instrument complies ( X ) does not comply ) with Chapter 11D-8, FacC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed thig.d ion in accordance with the provisions of Chapter 11D-8, FAC,
‘/t"‘j - PHIL NICODEMO

\\hﬁﬂﬂﬂff” Signature and Printed Name

06/05/2024
Date

FDLE/ATP Form 40— March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT -

INTOXILYZER 8000

Agency: SEMINOLE COUNTY SO Serial Number: 80-001271
Time of Inspection:11:43 Date of Inspection:06/06/2024 Software: 8100.27
Check or Test YES NO [Check or Test YES NO
Diagnostic Check (Pre- Date and/or Time Adjusted

Inspection): OK Yes No
Minimum Sample Volume Check: Barometric Pressure Sensor

OK Yes Check: OK Yes
Alcohol Free Subject Test: 0.000 Mouth Alcohol Test: Slope Not

Yes Met Yes

Interferent Detect Test: Interferent Diagnostic Check (Post-

Detect Yes Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Lot#:202303L Lot#: 202304C (g/210L)

Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#: 06723080A5
Exp: 04/05/2025

0.000 0.050 0.080 0.202 0.081

0.000 0.051 0.080 0.202 0.080

0.000 0.051 0.080 0.203 0.080

0.000 0.0S0 0.081 0.201 0.080

0.000 0.050 0.080 0.201 0.080

0.000 0.050 0.080 0.202 0.080

0.000 0.050 0.080 0.202 0.080

0.000 0.051 0.080 0.202 0.080

0.000 0.051 0.080 0.202 0.080

0.000 0.051 0.080 0.202 0.080
Ista.ndard Deviations | 0.0005 | 0.0003 | 0.0005 | 0.0003

5

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests:

Remarks:

The above instrument complies { ¥

) does not comply (

0.0004 Number of Simulators Used:

) with Chapter 11D-8, FAC.

I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

A —

PHIL NICODEMO

FDLE/ATP Form 41 -- Revised August 2005

Signature and Printed Name

06/06/2024

Date

Reprinted From Database
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FOLE

Agency Seminole County SO

INSTRUMENT PROCESSING SHEET

$/N.80-001271

Florida Department of

Date In 12/21/2023 DI Completion Date 1/26/2024 Qship QpP/U WH/D WCMI UEE
Law Enforcement
Intake  ByBS Date_1/23/2024 |Quality Checks By Bs Date 1/252024 | Flow Calibration By Date
& Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 138 O 30L/min —103mm
Visual Inspection: —
@ Flow Verification (L/s) U R-Value
@ Case @ Handle I -
Flow Column # ATP-102 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf —
B Feot B Breath Tube 32 mm 0.140 (.139-.169) | Flow Column #
; 36 mm 0.156 (.156-.190) | 32mm (.139-.169)
@ Ports @ Screws Tight
_ _ 53 mm 0.230 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.492 (447 - .547) | 53 mm (.228 - .278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
® Static Bag Q 12V DC Cable Gauge ID # 28421
Notes: @ Stability Checks
Simulator Serial # Lot #/Exp Maintenance By BS Date 1/23/2024
0.050 202303K U Battery Replacement
MP3088 3/29/2025 g gry GssTRiguFI{atc]r Replacement
0.080 202303L reat ube Replacement
MP5089 3/29/2025 E (lj(;cggrf()Crmlsremote connect to
0.200 202304C P :
MP5090
4/5/2025
0.080 DGS N/A AG310901
4/19/2025
Calibration Adjustment By Department Inspection By BS
Barometric Pressure Gauge ID# Barometric Pressure ID# 30793
Simulator | Serial # Lot # Expiration Gauge 1017 Instrument 1011
0.000 N/A N/A Mouth Alcohol Solution Lot # 2022-A
0.040 Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
terteren \IPS057
nterreren
0.300 0.050 MP5088
0.080 DGS N/A 0.080 MP5089
0.200
U Post Calibration Adjustment Stability Checks MPS090
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080 DGS N/A O Calibration Adjustment @ Other Form 51
Notes/Suggested Service: Instrument would not print forms, @ Instrument Complies with Chapter 11D-8, FAC
and after CMI uploaded forms to instrument, it would U Instrument Does Not Comply with Chapter 11D-8, FAC
still fail to print forms. Send to repair. (BS 1/26/2024) O Return to/Place into Evidentiary Use
@ Remain Out of Evidentiary Use
U Conduct an Agency Inspection Before Eyi iary Use
By e e il - DRALY
Taylor . Date: 2024.02.02
Gutschow Platt o7a::1 :49 -05'00'
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




Florida Department of Law Enforcement

Alcohol Testing Program

DEPARTMENT INSPECTION REPORT -

Agency: SEMINOLE COUNTY SO
Time of Inspecticn:15:50

Date of Inspection:01/26/2024

INTOXILYZER 8000

Serial Number: 80-001271
Software: 8100.27

Check or Test YES NO [Check or Test YES NO
Diagnostic Check (Pre- Date and/or Time Adjusted

Inspection): OK Yes No
Minimum Sample Volume Check: Barometric Pressure Sensor

OK Yes Check: OK Yes
Alcohol Free Subject Test: 0.000 Mouth Alcohol Test: Slope Not

Yes Met Yes

Interferent Detect Test: Interferent Diagnostic Check (Post-

Detect Yes Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Lot#:202303L Lot#: 202304C (g/210L)

Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#: AG229803
Exp: 10/25/2024

0.000 0.050 0.079 0.200 0.079

0.000 0.049 0.079 0.201 0.078

0.000 0.049 0.079 0.202 0.079

0.000 0.050 0.079 0.201 0.079

0.000 0.050 0.079 0.201 0.079

0.000 0.050 0.079 0.201 0.079

0.000 0.050 0.079 0.201 0.078

0.000 0.050 0.079 0.201 0.079

0.000 0.050 0.079 0.201 0.079

0.000 0.050 0.079 0.202 0.079
[standard Deviations | 0.0004 | 0.0000 | 0.0005 0.0004

5

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests:

Remarks:

The above instrument complies { X

0.0003

)} does not comply (

Number of Simulators Used:

)} with Chapter 11D-8, FAC.

I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

BENJAMIN W SIDDOWAY

Y 7

FDLE/ATP Form 41 -- Revised August 2005

Signature and Printed Name

01/26/2024
Date

Reprinted From Database




Stability Checks

SEMINOLE COUNTY SO SEMINOLE COUNTY 20 SEMINOLE COUNTY S0

Intoxilyzer - Alcono! Analyzer Intoxilyzer - Rlcohol Analyzer Intoxilyzer - Rlcohol Analyzer

Mode! 8000 SN 80-08127! Mode! 8000 SN 80-001271 Mode! 8000 SN 81-00127!
017252024 017252024 01/25/2024

Software: 8100.27 Sof tware: 8100.27 Softuare; 8100.27

Test g/2llL Tine Test g/210L Tine Test g/etiL Time
pir Blank 8,000 13:24 Air Blank 0.000 13:32 Rir Blank 0,000 13:42
Centrol Test 0.050 13:29 tontrol Test 0.080 13:33 Control Test 0.203 13:43
Rir Blank 0,000 13:26 Air Blank 0.000 13:33 Rir Blank 0,000 13:43
Control Test 0.043 13:26 tontrol Test 0.079 13:34 Control Test 0.200 13:44
Air Blank 0.000 13:27 Air Blank 0,000 13:34 Rir Blank 0,200 13:44
Control Test 0,049 13:28 Control Test 0.078 13:35 Control Test 0.193 13:45
Rir Blank 0.000 13:28 Rir Blank 0,200 13:36 Air Blank 0.000 [3:46
Contral Test Stats Control Test Stats Control Test Stats

Auerage 0.0493 Auerage 0.0790 Auerage 0.2007

Std Deu 0.0006 Std Deu 0.0010 Std Dev 0.0021

Rel Std Deu() 1.1703 Rel Std Deu(%) 1,2658 Rel Std Dev(%) 1.0374

>~ - -~ -

~ — -

Wperator’s Sigratire 4 #erator’s Signature f T Mators Signatre @

SEMINOLE COUNTY SO
Intoxilyzer ~ Rlcoho! Analyzer

Model 8000 SN 80-001271
0172572024
Software: 800,27
Test g/2llL Tine
Air Blank 0.000 13:51
Control Test 0.080 13:51
Rir Blank 0.000 13:52
Control Test 0.180 13:52
Air Blank 0.000 13:53
Control Test 0.08!1 13:53
Rir Blank 0.000 13:53
Control Test Stats
Auerage 0.0803
Std Deu 0.0008
Rel Std Deu(z) 0.7187

DGS

-~

B m%eratur's Signatwre /.
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Return Material Authorization

Ship to: CMI, Inc.

|:| Enforcement Electronics

Shipment to repair facility authorized by: Keith Betham on 1/31/2024

Items Returned: Instrument Supplies L1 Other [ Describe:

|- Intoxilyzer 8000 80-001271

Instrument Mode Serial Number:

Bill To Address: Ship to Address:
Keith Betham FDLE Off-Site Mail Facility
Seminole County Sheriff's Office c/o Florida Dept of Law Enforcement

Alcohol Testing Program
813 B Lake Bradford Road
Tallahassee, FL 32304

Reason for Return:

Instrument will not print forms, even after CMI connected remotely to upload forms. The

external printer will work with other instruments, so the instrument may have a bad printer port.

Please choose one of the following options:

(1.1 , authorize all repairs.

(2.1 , authorize repairs up to $

3. | require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Keith Betham

Phone #: 407-665-3131 Email: Kbetham@seminolesheriff.org
ATP Contact Name: Benjamin Siddoway ATP Email: BeniaminSiddoway@fdle.state.fl.us
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