FOLE

Agency Port R|Chey PD

INSTRUMENT PROCESSING SHEET

S/N_80-000967

Florida Department of  pate In 03-19-2024 DI Completion Date 3/27/2024 Qship ®@P/U QOH/D Qcmi QEE
Law Enforcement
Intake By AL Date_03-19-2024 |Quality Checks By ALL/SP Date 03-20-2024 | Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
U Return from CMI / EE @ Instrument Set Up Verified 4 15L/min —53mm
. . @ R-Value 136 O 30L/min — 103mm
Visual Inspection: —
@ Flow Verification (L/s) U R-Value
@ Case @ Handle I -
Flow Column # ATP-102 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf —
B Foot B Breath Tube 32 mm .125/.148 (.139-.169) | Flow Column #
) 36 mm .152/.167 (.156-.190) | 32mm (.139 - .169)
@ Ports @ Screws Tight
_ _ 53 mm .222/.238 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm _472/.507 (447 - .547) | 53 mm (.228 - .278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
@ Static Bag 0 12V DC Cable Gauge ID # 30793
Notes: drop off @ Stability Checks
Simulator Serial # Lot #/Exp Maintenance By Date
0.050 202303K U Battery Replacement
MP6295 03-29-2025 U Dry Gas Regulator Replacement
0.080 VP6296 202303L U Breath Tube Replacement
03-29-2025 || 3 Other
0.200 202304C
MP6298
04-05-2025
0.080 DGS N/A AG310901
04-19-2025
Calibration Adjustment By Department Inspection By SP
Barometric Pressure Gauge ID# Barometric Pressure ID# 30793
Simulator | Serial # Lot # Expiration Gauge 1010 Instrument 1009
0.000 N/A N/A Mouth Alcohol Solution Lot # 2023-A
0.040 Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
e \IPB290
nterreren
0.300 0.050 MP6291
0.080 DGS N/A 0.080 MP6292
0.200
U Post Calibration Adjustment Stability Checks MP6293
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate @ Form 40
0.080 DGS N/A O Calibration Adjustment O Other
Notes/Suggested Service: o @ Instrument Complies with Chapter 11D-8, FAC
Suspected issue with ATP102 conducted second flow DV U Instrument Does Not Comply with Chapter 11D-8, FAC
verification with ATP105 on 3/27. All values within range. @ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use
@l Conduct an Agency Inspection Before Evidentiary Use
Tayl ZE:""?Q"M"”“'"' g g igitally signe il Nicodemo
Galj);socl;wow B Phll NlCOdemO gagtet: Iz|3)124?o4.34b1y4'?:a|:;‘7 -oi'oo'
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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stL.‘IAY cl\ecks %04000?67 03-~2-2Y

PORT RICHEY PD
BORT RICHEY PD

. ) Lzer PORT RICHEY PD Intoxilyzer - flcono) Analyzer
intoxilyzer - RLCOnOL FIBEEL o) Intoxilyzer - fAlconol Mnglzer Node! 801 SH 80-101567
Mode) 8000 fodel 8000 SN 80-000%67 1372072024

US/ZD/ZDMMU ) 037202024 Softuare: 800,27

Software: .

Software: 810027

) Test g/210L Tine
Test LA Test g2l me | e
--------------- 11409 Air Blank 0.100 11:20
e ngguﬂ 1:10 Bir Blan 1.000 11:14 Control Test 1,198 i1:2!
(ool Test L 11210 Control Test .80 1115 Bir Blank 0.000 1122
pir Bk U'nsu il Air Blank 0,900 11:15 Control Test 0157 1:2
ol Tt 12 Control Test 0,180 111 fir Blank 0.000 11:23
i Bla Du'usu 112 fir Blak 0.000 1:17 Control Test 5,197 1123
ool B 11213 Control Test 1,078 11217 R Bk 0.0 124
Rir Blank ' Air Blank 0.000 11:18 Control Test Stats

Control Test statsu 500 Control Test Stats Auerage 01573

uerage o fuerage 10787 St Dey 0.0006

SS gij Gt 00000 Std Dev 0.0006 Rel Std Deutw) 0,292

Rel Std Deu(%)  0.7247

o
4% R . Operator %—'—ure

Operator’s Signature

PORT RICHEY PD
Intoxilyzer - Alcoho) Analyzer

fiode! 8000 SN 80-000967
0372072024

Softuare: 8100,27

Test g/210L Ting
Air Blank 0.000 1125
Control Test 0.079 11:26
Air Blank 0.000 H:26
Control Test 0.079 11:27
Air Blank 0.000 11:27
Control Test 0.080 11:27
Air Blank 0.000 11:28
Contro!l Test Stats

Auerage 0.0793

Std Dey 0.0006

Rel Std Deu(s) 0,727

Sk

L}
i

"""""" Operator'? éi!ﬁa‘ruﬁé"""'"""



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: PORT RICHEY PD Serial Number: 80-000967
Time of Inspection: 14:08 Date of Inspection: 03/27/2024 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
| (g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L)
Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#:AG310901
Exp: 04/19/2025
0.000 0.048 0.078 0.195 0.078
0.000 0.048 0.078 0.195 0.078
0.000 0.048 0.079 0.195 0.078
0.000 0.048 0.079 0.195 0.078
| 0.000 0.048 0.078 0.195 0.078
[0.000 0.048 0.078 0.195 0.078
|0.000 0.048 0.078 0.195 0.078
| 0.000 0.049 0.078 0.196 0.077
0.000 0.048 0.078 0.195 0.077
0.000 0.049 0.079 0.196 0.077
Standard Deviations | 0.0004 0.0004 0.0004 .0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I perform this inspectign in rdance with the provisions of Chapter 11D-8, FAC.
; . SHAYLA D PLATT
= (j Signature and Printed Name
03/27/2024
Date

FDLE/ATP Form 41 —Revised August 2005
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FUOLE

Florida Department of
Law Enforcement

INSTRUMENT PROCESSING SHEET

Agency New Port Richey PD  oatorers

S/N_80-000967

Date In 10/01/2024

DI Completion Date 10/14/2024

wship OpP/u WQH/D WCMI OEE

Intake By ALL Date 10022024 |Quality Checks By DA Date 101102024 | Flow Calibration By DA Date 1011412024
& Annual @ Breath Tube Screen Flow Column # ATP103
O Registration @ Replace External O-Rings @ 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified @ 15L/min—53mm
. . @ R-Value 134 @ 30L/min —103mm
Visual Inspection: —
@ Flow Verification (L/s) @ R-Value 133
@ Case @ Handle I -
B Kevboard B Drv Gas Shelf Flow Column # ATP102 @ Post Calibration Verification (L/s)
a FeZt a BrZath i 32 mm 0.121 (.139-.169) | Flow Column # ATP102
; 36 mm 0.132 (.156-.190) | 32mm 0.152 (.139 - .169)
@ Ports @ Screws Tight
_ _ 53 mm 0.210 (228-.278) | 36 mm 0.167 (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.445 (.447 - .547) 53 mm 0.246 (.228 - .278)
O Power cord U Printer Cable @ Barometric Pressure Check 103 mm 0.511 (.447 - .547)
@ Static Bag U 12V DC Cable Gauge ID # 28427
Notes: @ Stability Checks
Simulator Serial # Lot #/Exp Maintenance By Date
0.050 202303K U Battery Replacement
MP3088 03/29/2025 U Dry Gas Regulator Replacement
U Breath Tube Replacement
0.080 202303L
MP5089 Q Other
03/29/2025
0.200 202304C
MP5090
04/05/2025
0.080 DGS N/A AG310901
04/19/2025
Calibration Adjustment By Department Inspection By DA
Barometric Pressure Gauge ID# Barometric Pressure ID# 30793
Simulator | Serial # Lot # Expiration Gauge 1015 Instrument 1014
0.000 N/A N/A Mouth Alcohol Solution Lot # 2024-A
0.040 Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
terteren \IPS057
nterreren
0.300 0.050 MP5088
0.080 DGS N/A 0.080 MP5089
0.200
U Post Calibration Adjustment Stability Checks MPS090
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks @ Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080 DGS N/A O Calibration Adjustment d Other

Notes/Suggested Service: "Err:012- Contact CMI" message

on startup. Contacted CMI to clear the instrument. DA

@ Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC

10/10/24

DA 10/16/24

Insufficient mouth alcohol sample during department

inspection. Rinsed mouth with additional mouth alcohol

@ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use

and repeated. DA

@l Conduct an Agency Inspection Before Evidentiary Use

ninifal\l cinr'gd by

Tech review: edited agency name on IPS and added

date CMI was contacted. oaone2s

Taylor
Gutschow i

Digitally signed by Taylor
Gutschow

Dl 'd)"d Shayla Platt

Date: 2024.10.16 09:43:17

Tech Review / Date

Date: 2024.10.16
Edmin ReviEl72HHe00

FDLE/ATP Form 48 January 2024

Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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&Labilfﬁj Chetkss §0-000p7 ofioflzy DA

PORT RICHEY PD

Intoxilyzer - Alcchol Analyzer

Model 8000 SN 80-000867
10/10/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 14:21
Control Test 0.049% 14:22
Air Blank 0.000 14:22
Control Test 0.048 14 :23
hir Blank 0.000 14 :24
Control Test 0.049 14:24
Air Blank 0.000 1428
Control Test Stats

Average 0.0487

Std Dev 0.0006

Rel Std Dev(%) 1.1863

Operator's Signature



PORT RICHEY PD

Intoxilyzer - Alcohol Analyzer

Model 8600 SN 80-000867
10/10/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 14:36
Control Test 0.078 14:36
Air Blank 0.000 14:37
Control Test 0.078 14:37
Air Blank 0.000 14 :38
Control Test 0.078 14:39
Alr Blank 0.000 14:389
Control Test Stats

Average 0.0780

Std Dev 0.0000

Rel std Dev{%) 0.0000

L

Cperator's Signature



PORT RICHEY PD

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-000967
10/10/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.00Q0 14:50
Control Test 0.194 14 451
Air Blank 0.000 14:51
Control Test 0.194 14 :52
Air Blank 0.000 14 :52
Control Test 0.195 14:53
Air Blank 0.000 14:54
Control Test Stats

Average 0.1943

Std Dev 0.0006

Rel Std Dev (%) 0.2971

Operator's Signature



PORT RICHEY PD
Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-000967

10/10/2024
Software: 8100.27

Test g/210L
Air Blank 0.000
Control Test 0...079
Air Blank 0.000
Control Test 0.079
Air Blank 0.000
control Test 0.07%
Air Blank 0.000
Control Test Stats
Average 0.0790
Std Dev 0.0000
Rel 8td Dev(%) 0.0000

85
56
s o5
56
157
25%
5

Operator's Signature



Flow Rate Calibration Adjestment o - 000967 10 /1y/2y

PORT RICHEEY PD

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-000967
10/14/2024

Scftware: B8100:27

Flow Rate Calibration*#*#®*x&%

1: Rate {Liters/min) = 5
SQRT(Diff) ) = 6.000
2: Rate (Liters/min) = 15
SQRT (Diff) ) = 10.535
3: Rate (Liters/min) = 30
SQRT(Diff) ) = 18.973

Dependent Data Scale Factor = 100000 L/min
Independent Data Scale Factor = 256
Rounded Slope = 745

Rounded Intercept = -591890

Correlation = 0.99838

DA



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: PORT RICHEY PD Serial Numbexr: 80-000967
Time of Inspection: 11:41 Date of Inspection: 10/14/2024 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/ocr Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
szterferent Detect Yes (Post-Inspection): OK Yes
Tﬁlcohcl Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Loti#:202303L Lot#:202304C (g/210L)
Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#:AG310901
Exp: 04/19/2025
0.000 0.049 0. 078 0 196 0.077
0.000 0.045 0.078 0 1.97 0.078
0.000 0.049 0.078 0.197 0.078
0.000 0.0459 0.079 0. 187 0.078
0.000 0.049 0.078 0.196 0.078
0.000 0.04%9 0.079 0.198 0.078
0.000 0.0459 0.078 0.196 0.078
0.000 0.049 0.078 0.196 0.078
0.000 0.049 0.078 0.197 0.078
0.000 0.048 0,078 0.197 0.077
Euandam Deviations | 0.0000 0.0004 0.0005 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0003 Number of Simulators Used:

Remarks:
A F / M A: INSUFFICIENT SAMPLE

5

Rinfed movth with addifional movth alcoho) and

provided another Jampie- DA 10)14)2y

fhe above instrument complies ( ¥ ) does not comply ( ) with Chapter 11D-8, TFAC.
I certify that Iyp ormed this inspection in accordance with the provisions of Chapter 11p-8, FAC.

DESTINEE N ARMSTRONG

Signature and Printed Name

10/14/2024
Date

FDLE/ATP Form 41 —Revised August 2005
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Florida Department of Law Enforcement
Alcohol Testing Program

X

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: PORT RICHEY PD Serial Number: 80-000967
Time of Inspection: 10:57 Date of Inspection: 03/20/2024 Software: 8100.27
| Check or Test ' YES | NO |
Date and/or Time Adjusted
| ) ] ) - No
Diagnostic Check (Pre-Inspection): OK
. ] : Les
Alcohol Free Subject Test: 0.000
) B No
Mouth Alcchol Test: Slope Not Met
- —— — - B S S No =i |
Interferent Detect Test: Interferent Detect I
. — : B No
Diagnostic Check (Post-Inspection): OK
I. - — —_— —_ No--
Alcohol Free '0.05g/210L Test 0.08g/210L Test 0.20g/210L Test ‘ 0.08 g/210L
| Test (g/210L) | (g/210L) (g/210L) Dry Gas Std Test
(g/210L) | Lot#: | Lot#: Lot#: ‘ (g/210L)
EXp: Exp: EXp: Lot#:
- Exp: -
| S — — ‘ ——
| |
. N = | =
' = | -
Number of Simulators Used: 0
Remarks: \\
B Ly
YPASS AT FOR INSTRUMENT OPERATION COMPLIANCE NOT DETERMINE D (7% 1L—
ot
M
03/2002" 4 2.
The above instrument complies ( ) does not comply ( )} with Chapter 11D-8, FAC.

I certify that I hold a wvalid Florida Department of Law Enforcement Agency Inspector Permit and that T

performed this inspecgion in, accordance with the provisions of Chapter 11D-8, FAC,
S ALFONSO L LOWRY

/ " Signature and Printed Name -

03/20/2024
Date

FDLE/ATP Form 40 — March 2004



