FUOLE

Agency Osceola County SO

INSTRUMENT PROCESSING SHEET

S/N_.80-003935

Florida Department of

Date In _10/29/2024 DI Completion Date 10/31/2024 Wship QpP/U WQH/D QcwmlI UJEE
Law Enforcement
Intake By ALL Date 10292024 |Quality Checks By ALL Date 10292024 | Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 216 O 30L/min —103mm
Visual Inspection: .
@ Flow Verification (L/s) U R-Value
@ Case @ Handle ] ; -
Flow Column # ATP-103 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf —
B Feot B Breath Tube 32 mm .152 (.139-.169) | Flow Column #
. 36 mm .171 (.156-.190) | 32mm (.139 - .169)
@ Ports @ Screws Tight
_ _ 53 mm .234 (228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 496 (.447 - .547) 53 mm (.228 - .278)
® Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
® Static Bag Q 12V DC Cable Gauge ID # 28427
Notes: @ Stability Checks
Simulator Serial # Lot #/Exp Maintenance By Date
0.050 202406K U Battery Replacement
MP3088 06/19/2026 U Dry Gas Regulator Replacement
0.080 MP50SS 202303L U Breath Tube Replacement
03/29/2025 || U Other
0.200 202304C
MP5090
04/05/2025
0.080 DGS N/A AG310901
04/19/2025
Calibration Adjustment By Department Inspection By DA
Barometric Pressure Gauge ID# Barometric Pressure ID# 30793
Simulator | Serial # Lot # Expiration Gauge 1020 Instrument 1019
0.000 N/A N/A Mouth Alcohol Solution Lot # 2024-A
0.040 Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
terteren \IPS08?
nterreren
0.300 0.050 MP5088
0.080 DGS N/A 0.080 MP5089
0.200
U Post Calibration Adjustment Stability Checks MPS090
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080 DGS N/A O Calibration Adjustment B Other |nterferent Stability Test
Notes/Suggested Service: Started department inspection @ Instrument Complies with Chapter 11D-8, FAC
prior to being aware of notes left by the Al. Al indicated U Instrument Does Not Comply with Chapter 11D-8, FAC
instrument intermittently detected interferent during @ Return to/Place into Evidentiary Use
agency inspections on 10/25/24. Aborted inspection QO Remain Out of Evidentiary Use
gnd ran 10 interferent stat?|llty analyses tlo evaluate W Conduct an Agency Inspection Before Fvidentiary Use
instrument. Instrument reliably detected interferent on R Digitally signed by
all 10 analyses so | performed another department Taylor SATRES) /IR Shayla Platt
inspection. DA Gutschow  Ssminan oason Date: 2024.11.01
N N TO5842-0400
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

gerial Number: 80-003935
Software: 8100.27

Agency: OSCEOLA COUNTY S0

Time of Inspection: 08:02 Date of Inspection: 10/31/2024

Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK No No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK No Check: OK o
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 No Slope Not Met No
Interferent Detect Test: Diagnostic Check

Interferent Detect No (Post-Inspection): OK o

Alcohol Free

0.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Loti: Lot#: Loti#: (g/210L)
EXp: Exp: Exp: Lot

Exp:

Standard Deviations |

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: Number of Simulators Used:

Remarks:
MIN VOLUME NOT CHECKED - ABORT DEPARTMENT INSPECTION

intermitient acefine dete (#ion dVring
agency Ndpe ctor regﬂralin . interfergnt detect res it
dur’mﬂ ageny ingpe(tions dh 10/ 25/24. Aborted dypartment l'nJPeETI'On

o avalvote. 10/31/2y DA
M-comﬁlganoﬁ not deteymined OA ID/31/2</

oes not comp with Chapter 11D-8, FAC.

After | Started depariment l'nIBecﬁDn, | faw no’rej,/c[-g from

The above instrument complies ( ‘,2”)

I certif_’j%&éperformad this inspection in accordance with the provisions of Chapter 11D-8, TAC.

DESTINEE N ARMSTRONG
Signature and Printed Name

10/31/2024
Date

FDLE/ATP Form 41 —Revised August 20003



InterfFerent ﬂ'ﬂbl'n'hj Checks  E0-003935 10/3)]2u DA

OSCEQLA COUNTY SO

Intoxilyzer - Alcohol Analyzer

Model 8000 SN 80-003935
10/31/2024

Software: 8100.27

Test g/210L Time
Air Blank 0.000 08:10
Control Test INT* 08:10
Air Blank 0.000 08z11
Conbzrael Test INT* 08:12
Air Blank 0.000 08:12
Contral. Test INT* 08:13
Air Blank 0.000 08:13
Controel Test INT* 08:14
Air Blank 0.000 08:15
Controcl Test INT* 08:15
Air Blank 0.000 08:16
Control Test INT* 08:17
Air Blank 0.000 08:17
Contxol Test INT* 08:18
Air Blank 0.000 08:18
Control Test INT* a8z 1.0
Air Blank 0.000 0B8:20
Control Test INT* 08:20
Air Blank 0.000 08:21
Control Test INT* 08:22
Air Blank 0.000 0B :22
Control Test Stats

Average 0.0000

std Dev 0.0000

Rel Std Dev (%! 0.0000

#*Interferent Detect

Operatnr'% Signature



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA COUNTY SO Serial Number: 80-003935
Time of Inspection: 10:05 Date of Inspection: 10/31/2024 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes o
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Tas (Post-Inspection): OK Yes

Alcohol Free 0.05¢g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202406K Lot#:202406L Lot#:202406N (g/210L)

Exp: 06/19/2026 Exp: 06/19/2026 Exp: 06/20/2026 Lot#:AG325603
: Exp: 09/13/2025

0.000 0.048 0.080 0.199 0.080

0.000 0.048 0,079 0.198 0.081

0.000 0.049 0.078 0.198 0.080

0.000 0.042 0.080 0.199 0.080

0.000 0.048 0.080 0.198 0.081

0.000 0.049 0.080 0.198 0.080

0.000 0.049 0.080 0188 0.080

0.000 0.049 0.080 0.198 0.081

0.000 0.049 0.080 0.189 0.080

0.000 0.049 0.081 0.199 0.080
Ftandard Deviations | 0.0004 0.0005 0.0005 0.0004

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Number of Simulators Used: 5

Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify thas performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.
DESTINEE N ARMSTRONG
Signature and Printed Name
10/31/2024
Date

FDLE/ATP Form 41 —Revised August 2005
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F EB I E INSTRUMENT PROCESSING SHEET
Agency Osceola County SO s/N 80-003935

Florida Department of  pate In 09/24/2024 DI Completion Date 10/02/2024  Wship QP/U QOH/D QcMI QEE

Law Enforcement

Intake By ALL Date 100212024 |Quality Checks By ALL Date 100212024 | Flow Calibration By Date
& Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 217 O 30L/min —103mm
Visual Inspection: —
@ Flow Verification (L/s) U R-Value
@ Case @ Handle I -
Flow Column # ATP-103 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf —
B Feot B Breath Tube 32 mm .167 (.139-.169) | Flow Column #
; 36 mm .183 (.156-.190) | 32mm (.139 - .169)
@ Ports @ Screws Tight
_ _ 53 mm .242 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 496 (447 - .547) | 53 mm (.228-.278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
® Static Bag Q0 12V DC Cable Gauge ID # 28662
Notes: arrived missing bottom @ Stability Checks
left foot Simulator Serial # Lot #/Exp Maintenance By Date
0.050 202303K U Battery Replacement
MP6294 03/29/2025 U Dry Gas Regulator Replacement
0.080 MP6295 202303L U Breath Tube Replacement
03/29/2025 || U Other
0.200 202304C
MP6296
04/05/2025
0.080 DGS N/A AG325603
09/13/2025
Calibration Adjustment By Department Inspection By DA
Barometric Pressure Gauge ID# Barometric Pressure ID# 30793
Simulator | Serial # Lot # Expiration Gauge 1010 Instrument 1011
0.000 N/A N/A Mouth Alcohol Solution Lot # 2024-A
0.040 Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
nterfren \PS087
nterreren
0.300 0.050 MP5088
0.080 DGS N/A 0.080 MP5089
0.200
U Post Calibration Adjustment Stability Checks MPS090
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080 DGS N/A O Calibration Adjustment d Other
Notes/Suggested Service: First .080 DGS run without ® Instrument Complies with Chapter 11D-8, FAC
hose connected, secured connections and repeated O Instrument Does Not Comply with Chapter 11D-8, FAC
stability with nominal results 10/02/2024 ALL @l Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use
@l Conduct an Agency Inspection Before Evidentiary Use
cl 1 Digitally signed by
Digitally signed by Phil J1'1d d
Phil Nicodemo Bt om ussr , SD::ZIZ(F)’IJE 0.09
X —7 T542:35-04'00
Tech Review / Date Admin Review / Date
FDLE/ATP Form 48 January 2024 PRINTED COPIES UNCONTROLLED Page 1 of 1

Issuing Authority: Alcohol Testing Program For Internal ATP

Use ONLY




5tabilidy checks §v- 003935

9702/ 24

GSCEQLA COUNTY 50 0SCEQLE COUNTY SO 0SCEOLA COUNTY SO
Intoxilyzer - Alconol Analyzer Intoxi lyzer - Alconol Analyzer Intoxi lyzer - Alconal Analyzer
Model 8100 SN 83-003335 Mocel 8090 ; N 81-0039% Model 8700 o 83-003835
10/02/2024 10/02/2024 10/02/2024
Softuare: 810027 Softuare: 8100.27 Software: 8100.27
Test 02l Time Test g/2liL Tine Test g2l Time
fir Biank 0,000 12:01 gir Blank 0,000 12:06 air Rlank R 12:16
Control Test 0.050 12:0 Control Test 0.080 12:07 Control Test 0,197 12:16
Air Blark 0.600 0 Air Blank 7.000 12:07 Air Blank 0.900 12:17
Control Test 0,650 12:03 Cantrol Test 0.079 12:108 Control Test 0.197 12:18
fir Blank 0.900 12:02 air Blank 0,060 12:08 air Blank 2,008 12:1
(ontro} Test 0030 12:04 Control Test 0078 1209 Control Test 0197 12:13
pir Blank 0.000 12:04 air Blank 0,000 12:12 air Blank 0,000 12:19
Control Test Stats Control Test Stats Control Test Stats

fuerage 0.0508 querage 0.0733 fuerage 01970

Std Dev 0.0000 Std Dey 0.0006 Std Deu 0.0000

Rel Std Dev(z)  0.0000 Rel Std Deu(x)  0.7277 Rel Std Deu(z)  01.0000

I|
I
e ' gperator’ s\ fignakd’e Goerator™d

Operator's 5

G5CEOLA COUNTY SO0 N
lnlioxill;?er - plconol p‘ﬂalgzerl ' USLCU‘?Q_ COUNTY SO
tocel 80010 5 81-0393 fﬁﬂtamlgzer - Rlcenel Analyzer |
13/02/2024 ) lggel 8000 SN 80-003935
sostuare: 8100.27 leraled
- Softuare: 8110.27 |
Test g2l -
I Test il T
gk L wn | et e
i\ : 13:23 . -
conteot Test L0 ‘122"73 ?E];tEéf”‘; : E‘UUU 12:%
ir Blank R e dEm . pom 12:28
ol Test 0402 oo ool Tt 018 12:27
air Blark .00 oot Air Blak st L 12:27
control Test 000 o Control Test 552[ 12:%8
gir Blank B . : 12:28
Confrol Test Stats Al Blank 0.000 12:28
erage 1 Egntrol Test Stats
Std Dev 0.0000 verage 0.0810
Rel Std Deut)  0.0000 St Dew 10000

Rel St Deu(x)  §.0000

g(oﬁ

Operator’s Sifnatm



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: O0SCEOLA COUNTY SO Serial Number: 80-003935
Time of Inspection: 15:19 Date of Inspection: 10/02/2024 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check Date and/or Time Adjusted
(Pre-Inspection): OK Yes No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L)

Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#:AG325603
Exp: 09/13/2025

0.000 0.048 0.077 0. 195 0.080

0.000 0.049 0.078 0.1%6 0.080

0.000 0.049 0.078 0.19%96 0.080

0.000 0.048 0.078 0. 195 0.081

0.000 0.049 0.078 0.195 0.080

0.000 0.049 0.078 0.196 0.08B0

0.000 0.049 0.077 0.195 0.080

0.000 0.048 0.078 0.196 0.080

0.000 0.049 0.078 0.196 0.080

0.000 0.0458 0.078 0.195 0.080
Standard Deviations | 0.0004 0.0004 0.0005 0.0003

Average Standard Deviation of 0.05,

Remarks:

The above

I certify thait I per

omplies ( X )

0.08 and 0.20 g/210L Tests: 0

does not comply (

.0004 Number of Simula

} with Chapter 11D-8, FAC.

DESTINEE N ARMSTRONG

tors Used:

rmed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

5

FDLE/ATP Form 41 —Revised August 2005

Signature and Printed Name

10/02/2024
Date
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FUOLE

Florida Department of

INSTRUMENT PROCESSING SHEET

Agency Osceola County SO

S/N_.80-003935

Date In 02-27-2024 DI Completion Date 3/7/2024 ®@ship dp/u UH/D UCMI OEE
Law Enforcement
Intake By ALL Date 02272024 |Quality Checks By ALL Date 02-27-2024 | Flow Calibration By Date
& Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 205 O 30L/min —103mm
Visual Inspection: .
@ Flow Verification (L/s) U R-Value
@ Case @ Handle I -
Flow Column # ATP-105 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf E—
B Feot B Breath Tube 32 mm .167 (.139-.169) | Flow Column #
; 36 mm .179 (.156-.190) | 32mm (.139-.169)
@ Ports @ Screws Tight
_ _ 53 mm .246 (.228-.278) | 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 515 (447 - .547) | 53 mm (.228 - .278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
® Static Bag Q 12V DC Cable Gauge ID # 28662
Notes: @ Stability Checks
Simulator Serial # Lot #/Exp Maintenance By Date
0.050 202303K U Battery Replacement
MP6291 03-29-2025 U Dry Gas Regulator Replacement
0.080 MP6292 202303L U Breath Tube Replacement
03-29-2025 || 9 Other
0.200 202304C
MP6293
04-05-2025
0.080 DGS N/A AG310901
04-19-2025
Calibration Adjustment By Department Inspection By PN
Barometric Pressure Gauge ID# Barometric Pressure ID# 28427
Simulator | Serial # Lot # Expiration Gauge 1009 Instrument 1011
0.000 N/A N/A Mouth Alcohol Solution Lot # 2023-A
0.040 Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
terteren P6250
nterreren
0.300 0.050 MP6291
0.080 DGS N/A 0.080 MP6292
0.200
U Post Calibration Adjustment Stability Checks MP6293
Simulator | Serial # Lot # Expiration Attachments
0.050 @ Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 @ Calibration Certificate O Form 40
0.080 DGS N/A O Calibration Adjustment d Other

Notes/Suggested Service:

@ Instrument Complies with Chapter 11D-8, FAC
O Instrument Does Not Comply with Chapter 11D-8, FAC

@ Return to/Place into Evidentiary Use
U Remain Out of Evidentiary Use

@l Conduct an Agency Inspection Before Evidentiary Use

Digitally signed by

Gut:

Taylor

schow

Digitally signed by Taylor
Gutschow

Date: 2024.03.08 23:57:48
05'00'

Shayla Platt
Shayla Platt Dai::a202a4.03.09

1006090500
\*av v

Tech Review / Date

TOZ0N0T

Admin Review / Date
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QSCEQLA COUNTY SC
Intoxilyzer - Alcohs! Analyzer

flodel 8000 SN §0-003335
02/2772024
Software: 8100.27
Test g/2liL Time
Rir Blank 0.000 13:42
Contro! Test 1.049 13:42
Air Blank 0,000 13:43
Control Test 0.050 13:44
Air Blank 0,000 13:44
Control Test 0.048 13:45
Air Blank 0.000 13:45
Control Test Stats

Auerage 0.0490

Std Dey 0.0010

Rel Std Deur)  2.0408

Operator’s Signature

$ '} Q b‘ l l‘l'\,
OSCEQLA COUNTY S8

Intoxilyzer - Alcohol Analyzer

Model 8004 SN 80-003935
12/27/2024

Software: 8100.27

Test 37210l iime
Air Blank 0.000 13:35
Control Test 0.089 13:36
Air Blank 0.008 13:3%
Control Test 0.079 1237
Air Blank 0.000 338
Control Test 0.078 13:38
Air Blank 0.000 13:39
Control Test Stats

Auerage 0.0793

Std Dev 0.0006

Rel 5td Deul®) 0.7277

JX

Opeﬁéioﬂéfé—" AAAAAAAAAAA

Si¥nature

0SCEOLA COUNTY SO

Intoxilyzer - Alcoho!l Analyer

foge! BILE SN §0-033935
12/27/2024

Software: 8180.27

Test g/2i0 Tine
fir Blank 0,080 1%:48
Contral Test 0.580 13:48
Air Blank 0.000 13:49
Control Test 0.080 13:49
fir Biank §.000 12:58
Control Test 0.178 13:50
air Blank 0,500 13:51
Control Test Stats

Auerage 0.0797

Std Dev 0.0006

Rel Std Dev(n) 0.7247

WY

""""" bbéﬁéiéﬁ&gﬁéi@ié"“"w"

Checkﬁ

80-003935 02/276Y

GSCEGLA COUNTY 50

Intoxilyzer - Aicohol Analyzer

fiodel 8080 SN 86-003335
(272772024

Softuare: 8160.27

Test g2l Tine
Air Blank 0.008 [2:5]
Contro] Test 1.197 13:52
Air Blank 0.000 13:53
tontrol Test 0.1% 13:53
Rir Blank 0.000 13:54
{ontrol Test 0.19% 13:55
fir Blank 0,000 13:55
Control Test Stats

Auerage 0.1963

Std Deu £.0606

Rel Std Dev(%)  0.294]

upeééiéﬁé’éé;ré ----------



Florida Department of Law Enforcement
Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA COUNTY SO Serial Number: 80-003935
Time of Inspection: 11:19 Date of Inspection: 03/07/2024 Software: 8100.27
| Check or Test YES | NO Check or Test YES NO
| Diagnostic Check Date and/or Time Adjusted
| (Pre-Inspection): OK Yes | Wo
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes [ Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect | Yes ! (?ost—Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/21.0L)
| Exp: 03/29/2025 Exp: 03/29/2025 | Exp: 04/05/2025 Lot#:06723080A5
| | B . | Exp: 04/05/2025
1 0.000 | 0.050 | 0.079 0.197 ]0.081

0.000 0.050 0.079 0.197 0.080

0.000 0.049 0.079 0.197 0.081

0.000 0.049 1 0.079 0.198 0.080

0.000 0.050 0.079 0.197 0.080

©.000 | 0.049 0.079 0.197 0.080
| 0.000 | 0.049 0.079 0.196 1 0.080

0.000 0.049 0.078 0.197 0.080

0.000 0.050 0.078 0.197 0.080

0.000 0.049 0.079 0,197 0.080
| Standard Deviations | 0.0005 | 0.0004 | 0.0004 0.0004
Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0004 Numbex of Simulators Used: §

Remarks:

A F / M A: Range Exceeded.TCO MUCH MOUTH ALCOHOL

The above instrument complies ( X

I Certif?_;l_pnr_ﬁ\
%

) does not comply (

rmed this inspection in accordance with the provisions of Chapter 11D-8,

PHIL NICODEMO

) with Chapter 11D-8, FAC.

FAC.

Signature and Printed Name

FDLE/ATP Form 4] —Revised August 2005

03/07/2024

Date
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