FiLE

Agency Broward CSO

INSTRUMENT PROCESSING SHEET

5/N 80-006924

Florida Department of
Law Enforcement

Date In 03/13/2024

DI Completion Date 03/15/2024

Qship OP/U QH/D @ECMI

UEE

Intake By TDG Date 03142024 |Quality Checks By TDG Date 03142024 | Flow Calibration By TDG  Date 031472024
@ Annual @ Breath Tube Screen Flow Column # ATP104
O Registration Replace External O-Rings @ 5L/min —17mm
O Return from CMI / EE @ Instrument Set Up Verified - @ 15L/min —53mm
ViSR! TrspECtsh @ R-Value 103 @ 30L/min — 103mm
B Case B Handle B Flow Verification (L/s) @ R-Value 107
& Keyboard & Dry Gas Shelf Flow Column # %TF’105 . @ Post Calibration Verification (L/s)
B Feet B Breath Tube 32 mm 0'136* (.139-.169) | Flow Column # ATP106
o irt: B Screws Tiht 36 mm 0.148 (.156-.190) | 32mm 0.148 (.139 - .169)
. 53 mm 0.230 (.228 - .278) 36 mm 0.160 (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.496 (447-.547) | 53mm 0.238 (.228 - 278)
@ Power cord U Printer Cable @ Barometric Pressure Check 103 mm 0.503 (-447 - .547)
@ Static Bag 0 12V DC Cable Gauge ID # 26932
Notes: @ Stability Checks
Simulator | Serial # Lot #/Exp Maintenance By Date 3
0.050 == 202303K ] Battery Replaceme_nt
MP6286 03/29/2025 U Dry Gas Regulator Replacement
O Breath Tube Replacement
0.080 MP6E287 0202303L Tl P
3/29/2025
0.200 —_—. 202304C
04/05/2025
0.080 DGS N/A 01923080A3
02/05/2025
Calibration Adjustment By Department Inspection By TDG
Barometric Pressure Gauge ID# ‘ Barometric Pressure ID# 26932
Simulator | Serial # Lot # Expiration || Gauge 1018 Instrument 1017
0.000 N/A N/A Mouth Alcohol Solution Lot # 2023-A
0.040 < Acetone Stock Solution Lot # 2022-B
0.100 Simulator Serial Number
5200 0.000 MP6284
—— Interferent MP6285
0.050 MP6286
0.080 DGS N/A 0.080 MP6287
[ Post Calibration Adjustment Stability Checks 9.200 _ itz
Simulator | Serial # | Lot # Expiration Attachments
0.050 @ Form 41 O Post-Stability Checks
0.080 @ Stability Checks @ Flow Calibration
0.200 Calibration Certificate O Form 40
0,080 DGS N/A O Calibration Adjustment @ Other Form 51

Notes/Suggested Service: *Flow values outside nominal

range. (TDG)

@l Instrument Complies with Chapter 11D-8, FAC
L Instrument Does Not Comply with Chapter 11D-8, FAC .

Spoke to the Al about the R-value. Will preemptively

3/201

@ Remain Out of Evidentiary Use

send to CMI. (TDG)

= -@-Return to/Place into Evidentiary Use

é’ -8-Conduct an Agency Inspection Before Evidentiary Use

C h;a 1 _Digitally signed
Tech Review: Amended Form 48 to add two strikeouts and fill the ~ Phil e ey by Shayla Platt
box to remain out of evidentiary use. (TDG 03/20/2024)  Nicodemo 5™ ™ 4+  Date:2024.03.20

Tech Review / Date

~0Z4'00

Admin Review / Date

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1
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BROMARD. COUNTY S0

Intoxi lyzer - Alconol Analyzer

Model 8000 SN 80-006824
131472024

Softuare: 8100.27

Flow Rate Calibrationweesxeex

|+ Rate (Liters/min) = 5 J
SRT(DIFFY ) = 5198

5. Rate (Liters/min) = 13
SORT(DIfFFY ) = 10.384

3. Rate* (Liters/mim = 30
SORT(DIFF) ) = 20.023

Dependent Data Scale Factor = 110000 L/min

Independent Daté Scale Factor = 2%

Rounded Slope = 632

Rounded Intercept = -311081

Correlation = 0.9%822
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Florida epartment of Law Enforcement
~ Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: BROWARD COUNTY SO Serial Number: 80-006924
Time of Inspection: 12:55 Date of Inspection: 03/15/2024 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check - Date and/or Time Adjusted
(Pre-Inspection): OK Yes o No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcchol Free Subject Mouth Alcohol Test:
Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L)
Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 | Lot#:01923080A3
| Exp: 02/05/2025
0.000 0.050 0.081 0.200 0.080
0.000 0.050 0.080 0.199 0.080
0.000 0.050 0.080 0.198 0.080
0.000 0.050 0.079 / 0.199 0.080
0.000 0.050 0.080‘ 0.198 0.080
0.000 0.050 0.079 0,197 0.080
0.000 0.050 '10.079 0.198 0.079
0.000 0.050 0.079 0.198 0.080
0.000 0.049 0.979 0.198 0.080
0.000 0.050 0.080 0.198 0.080
rStandard Deviations | 0.0003 .| 0.0006 0.0008 0.0003

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0005 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I pe jrmed is inspection in accordance with the provisions of Chapter 11D-8, FAC.

P TAYLOR D GUTSCHOW
Signature and Printed Name

03/15/2024
Date

FDLE/ATP Form 41 —Revised August 2005
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FIOLE

Agency Bro

INSTRUMENT PROCESSING SHEET

ward CSO

s/N 80-006924

Florida Department of
Law Enforcement

Date In 07/03/2024

DI Completion Date 07/09/2024

@ship dp/u QH/D Ocmi QOEee

Quality Checks

Intake By TDG __ Date 07/osi202¢ ByTDG ___ Date0o79202¢ | Flow Calibration By TDG _ Date 0700202
@ Annual @ Breath Tube Screen Flow Column # ATP106
[ Registration @ Replace External O-Rings @ 5L/min - 17mm
Return from CMI / EE @ Instrument Set Up Verified @ 15L/min -53mm
Visual Inspection: W R-value 194 B S0k~ LR
pinin & Handle @ Flow Verification (L/s) @ R-Value 199
& Keyboard ® Dry Gas Shelf Flow Column # ATP104 W@ Post Calibration Verification (L/s)
B Feet & Breath Tube 32 mm 0.144 (.139-.169) | Flow Column #ATP104
B Ports & Screws Tight 36 mm 0.160 (.156 - .190) 32 mm 0.148 (.139-.169)
53 mm 0.226* (228-.278) | 36mm 0.164 (.156 -.190)
Other Equipment/ Accessories: 103 mm 0.484 (447 -.547) | 53mm 0.238 (.228 - .278)
® Powercord U Printer Cable Barometric Pressure Check 103 mm 0.503 (.447 - .547)
M Static Bag O 12v DC Cable Gauge ID # 26932
Notes: @ Stability Checks
Simulator | Serial # Lot #/Exp Maintenance By Date =
0.050 202303K O Battery Replacement
MP6286 03/29/2025 O Dry Gas Regulator Replacement
0 Breath Tube Replacement
0.080 MPE25T 202303L i netr P
03/29/2025
0.200 o 202304C
04/05/2025
0.080 DGS N/A AG222203
08/10/2024
Calibration Adjustment By Department Inspection By TDG
Barometric Pressure Gauge ID# Barometric Pressure ID# 26932
Simulator | Serial # Lot# Expiratioh Gauge 1018 Instrument 1016
0.000 N/A N/A Mouth Alcohol Solution Lot # 2023-A
0.040 < Acetone Stock Solution Lot # 2023-B
0.100 Simulator | serial Number
0.200 | 0.000 MP6284
— Interferent MP6285
0.050 MP6286
0.080 DGS N/A 0.080 MP6287
Q Post Calibration Adjustment Stability Checks 0200 : MPGZBS
Simulator | Serial # | Lot# Expiration Attachments -
0.050 W Form 41 O Post-Stability Checks
0.080 @ Stability Checks @ Flow Calibration
0.200 @ Calibration Certificate @ Form 40
0.080 DGS N/A Q Calibration Adjustment Q other
Notes/Suggested Service: *Flow value was outside nominal @ Instrument Complies with Chapter 11D-8, FAC
range. (TDG) U Instrument Does Not Comply with Chapter 11D-8, FAC
® Return to/Place into Evidentiary Use
C1 Remain Out of Evidentiary Use .
- B Conduct an Agency Inspection Before Evidentiary Use
Digitally signed by
Phil ~ Doy Shayla Platt
Nicodemo  Ewowss  SNAY1a Platt ouenarors
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-006924
Software: 8100.27

Agency: BROWARD COUNTY SO

Time of Inspection: 10:30 Date of Inspection: 07/09/2024

Check or Test YES NO
Date and/or Time Adjusted

No
Diagnostic Check (Pre-Inspection): OK

No
Alccohol Free Subject Test: 0.000

No
Mouth Alcohol Test: Slope Not Met

No
Interferent Detect Test: Interferent Detect

No
Diagnostic Check (Post-Inspection): OK

No

Alcohol Free

0.05g/210L Test

0.08g/210L Test

0.20g/210L Test

0.08 g/210L

Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Loti: Lot#: (g/210L)
Exp: Exp: Exp: Lot#:
Exp:

Number of Simulators Used: "

Remarks: P
AT NOT CONDUCTED. BYPASSED TO BRING OUT OF DISABLED MODE.

Eq-'f(oﬁ (2024

N s A{_Xgr‘m\'r\m*

The above instrument complies (’//4f’ ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

TAYLOR D GUTSCHOW
Signature and Printed Name

07/09/2024
Date

FDLE/ATP Form 40 — March 2004



Flow Calibration Adjustment(s)
Pgrformed by TDG

BROMARD COUNTY <0 oA
Intoxilyzer - Alcohol Analyzer

tode! 8000 SN 80-006924
0770972024

Softuare: 8100.27

Flow Rate Calibratiomesmmcxs

|: Rate (Liters/nip) = 5
SORTIDIfFF) ) = 2.277

2: Rate (Liters/min) = 15
SORT(DIfF) ) = 11.871

3 Rate (Liters/nin) = 30
SORT(DIff) ) = 20.660

Dependent Data Scale Factor = 100000 L/min

Independent Data Scale Factor = 256

Rounded Slape = 72!

Rounded Intercept = -783708

Correlation = 0,99795
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Florida Department of Law Enforcement
~ Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: BROWARD COUNTY SO Serial Number: 80-006924
Time of Inspection: 14:04 Date of Inspection: 07/09/2024 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check - Date and/or Time Adjusted
(Pre-Inspection): OK Yes G No
Minimum Sample Volume Barometric Pressure Sensor
Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:
Test: 0.000 ) Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check
Interferent Detect Yes (Post-Inspection): OK Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test’
(g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L)
Exp: 03/29/2025 Exp: 03/29/2025 - Exp: 04/05/2025 Lot#:01923080A3
Ly Exp: 02/05/2025
0.000 0.050 0.079 0.197 0.078
0.000 0.049 0.079 0.198 0.077
0.000 0.049 0.079 0.198 0.078
0.000 0.049 0.079" / 0.199 0.077
0.000 0.050 0.078 0.199 0.079
0.000 0.050 0.080 0.199 0.077
0.000 0.050 Y| 0. o738 0.199 0.077
0.000 0.050 0.079 0.199 0.078
0.000 0.049 0.979 0.129 0.078
0.000 0.049 0.078 0.129 0.078
Standard Deviations | 0.0005 .| 0.0005 ‘ [ 0.0006 0.0006

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0005 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( }) with Chapter 11D-8, FAC.
I certify that I perfdrmed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

TAYLOR D GUTSCHOW

Signature and Printed Name

07/09/2024
Date

FDLE/ATP Form 41 —Revised August 2005
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Return Material Authorization

Shipto: Le) M, Inc.

D Enforcement Electronics

Shipment to repair facility authorized by: Anaya Frazier on 03/14/2024
ltems Returned: Instrument [0  Supplies (0  Other (I Describe:

Instrument Model: /ntoxilyzer 8000 Serial Number: 80-006924

Bill To Address: Ship to Address:

Broward County Sheriff's Office Florida Department of Law Enforcement
Attn: Anaya Frazier _ Fort Myers Regional Operations Center

Attn: Alcohol Testing Program
4700 Terminal Drive, Suite 1
Fort Myers, FL 33907

I/

Reason for Return:

The R-value is near 100.

Please choose one of the following options:

[11.1 , authorize all repairs.

L2 1 , authorize repairs up to $

3 1 require an estimate BEFORE any repairs will be authorized and/ or conducted.

Please contact: Name: Anaya Frazier

Phone #: 305-218-6752 Email: Anaya_Frazier@sheriff.org
ATP Contact Name: Taylor Gutschow ATP Email: TaylorGutschow@fdle.state.fl.us
FDLE/ATP Form 51 October 2017 PRINTED COPIES UNCONTROLLED Page 10of 1

Issuing Authority: Alcohol Testing Program For Internal ATP Use Only




