INSTRUMENT PROCESSING SHEET
Agency Manatee County Sheriff's Office

FULE

Florida Department of

S/N_80-006694

Date In 07/14/2025 DI Completion Date N/A Uship WP/U WQH/D Qcwml UJEE
Law Enforcement
Intake By TDG Date 07/182025 |Quality Checks By TDG Date 07/1812025 | Flow Calibration By Date
O Annual @ Breath Tube Screen Flow Column #
O Registration @ Replace External O-Rings O 5L/min—17mm
W Return from CMI / EE @ Instrument Set Up Verified W 15L/min—53mm
. . @ R-Value 200 O 30L/min — 103mm
Visual Inspection: —
@ Flow Verification (L/s) U R-Value
@ Case @ Handle ; ; .
Flow Column # ATP106 O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf Y
B Feot B Breath Tube 32 mm 0.152 (.139-.169) | Flow Column #
) 36 mm 0.167 (.156 - .190) 32 mm (.139 - .169)
@ Ports @ Screws Tight
_ _ 53 mm 0.238 (.228 - .278) 36 mm (.156 - .190)
Other Equipment/ Accessories: 103 mm 0.496 (.447 - 547) 53 mm (.228-.278)
U Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
Q Static Bag Q 12V DC Cable Gauge ID # 28199
Notes: Agency Inspector reports @ Stability Checks
failed mor!thly_ inspection due to Simulator Serial # Lot #/Exp Maintenance By Date
not detecting interferents. Gave 0.050 202406K O Battery Replacement
new bottle of acetone. to Agency MP6286 06/19/2026 U Dry Gas Regulator Replacement
Inspector on 7/14 during drop-off.
0.080 202406L U Breath Tube Replacement
MP6287 ™ 06/19/2026 || O Other
0.200 202406N
MP6288
06/20/2026
0.080 DGS N/A AG429602
10/22/2026
Calibration Adjustment By Department Inspection By
Barometric Pressure Gauge ID # Barometric Pressure ID#
Simulator | Serial # Lot # Expiration Gauge Instrument
0.000 N/A N/A Mouth Alcohol Solution Lot #
0.040 Acetone Stock Solution Lot #
0.100 Simulator Serial Number
0.200 0.000
0.300 Interferent
) 0.050
0.080 DGS N/A 0.080
- - - — 0.200
U Post Calibration Adjustment Stability Checks
Simulator | Serial # Lot # Expiration Attachments
0.050 U Form 41 U Post-Stability Checks
0.080 @ Stability Checks U Flow Calibration
0.200 U Calibration Certificate O Form 40
5.080 DGS N/A O Calibration Adjustment @ Other Extra Stabilities
Notes/Suggested Service: Instrument previously had 2025 ®@ Instrument Complies with Chapter 11D-8, FAC
Department Inspection. Evaluated using Quality Checks U Instrument Does Not Comply with Chapter 11D-8, FAC
and additional Stability Checks using acetone solution. @ Return to/Place into Evidentiary Use
Instrument detected interferents normally. Will return to QO Remain Out of Evidentiary Use
agency without performing Department Inspection. TOId @l Conduct an Agency Inspection Before Evidentiary Use
Agency Inspector to use new bottle of acetone provided
during drop-off. (TDG 7/18/25) Phil Nicodemo ha=™ Le.An'dra 3:3;;'3;:32? by LeAndra
040 Higginbotham Date: 2025.08.01 09:42:51 -04'00'
Tech Review / Date Admin Review / Date

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY
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LP{({M\ ' ' E\d{a\ S"f& \3\ I 1(4'\/ C\/\E (,‘(_S

MANATEE COUNTY SO : ——
Intoxilyzer - Rlcohal Analyzer F“\(r" _7\\ﬁ{l LS
Mode! 8000 SN 80-006594 - ‘
072182025
Softuare: 8100.27
Test grelll Tine
ardlak 0000 259
gontrol Test [NTx 13:00 g .
Air Blank 0,000 13:01 e
Control Test INTx 13:0] ((kl&m\ ' (/O\f\\\t QL«H'MS HP "h) N 'Hf(
e Blank 1.000 13:102 AheclmnY  shbility  cheds, T
ontrol Test INT 13:02 A \ ’
fir Blank 1.400 1303 HANATEE COUNTY 50 naduectendly  selecke sz
ot Mo D e i o o 3. Poockd o
s : e - e
Control Test  INTx 13:05 L A G-l can using Lk “H'nﬁ‘ It
air Blank 0.000 13:05 Softwa
Control Test  INT# 13:06 o K “"\"’Q*‘EJ 'ﬂkrc’-ﬁf"\'i all 20
Rir Blank 0.000 13:07 Test 211 ) Tines
Control Test  INTx R I L. Tire
grblak LI 1318 P Blak 0.0 12:58 | -
Control Test  INT 13:08 Control Test 0,000 e
Bir Blank 0.000 13:09 Bir 8] 4 12.58 hwlzs”
ir Blank AT 12:55
Control Test  INTx 13:10 Air Blank 0.000 ineEh
fir Blank 0.000 13:10 12:53 -
Control Test  INT# 13:11 £Sequence A
o g LI 1312 AR Florieg g
Control Test INT* 13:12
Air Blank 0.000 13:13
Control Test INT* 13:14
air Blank 0.000 13:14 _
Control Test INT# 13:15 3
fir Blank 0.000 13:15 '
Control Test INT# 13:16
fir Blank 0.000 L T ﬁﬁéﬁéf&ﬁs'f!y}'l“/‘"f _____________
Control Test  INTx 13:17 ignature
fir Blank -0.000 13:18 .
Control Test INTx 13:19 ,
air Blank 0.000 13:19
Control Test INT% 13:20
fir Blank 0.000 13:20
Control Test INT= 13:2{
fir Blank 0.000 132
Control Test INT* 13:22
gir Blank 0.000 13:23
Control Test INT# 13:32
fir Blank 0.000 13 , -
Control Test Stats S|mu\a*°<‘. MP(I?——T{
fuerage 0.0000 . d
Sta Dev 1,000 Areehe bob: 2083 s
Rel Std Devtw)  0.0000 P,w}wg E@.mh.n ,
Oale - gluis

x|nterferent Detect

Operator’s Signature



FIOLE

Agency Manatee CSO

INSTRUMENT PROCESSING SHEET

s/N 80-006694

Florida Department of

Date In 12/13/2024 DI Completion Date 02/03/2025 @ship Op/u 0OH/D OcmiI OEE
Law Enforcement =
Intake By TDG Date 010022025 “|Quality Checks By TDG Date 02032025 | Flow Calibration By Date
@ Annual @ Breath Tube Screen Flow Column #
U Registration Replace External O-Rings O 5L/min—17mm
O Return from CMI / EE @ Instrument Set Up Verified Q 15L/min—-53mm
Visual Inspection: @ R-Value 209 0 30L/min — 103mm
B Case B .i Hanile @ Flow Verification (L/s) O R-Value
Flow Column # ATP101 . O Post Calibration Verification (L/s)
@ Keyboard @ Dry Gas Shelf e
32 mm 0.167 (.139 -.169) | Flow Column #
@ Feet @ Breath Tube
& Ports & Screws Tight 36 mm 0.183 (.156 - .190) 32 mm (.139 - .169)
. s 53 mm 0.253 (228-.278) | 36 mm (.156 - .190)
Other'Equipment/ Accessories: 103 mm 0.511 (447 - 547) | 53 mm (.228 - .278)
O Power cord U Printer Cable @ Barometric Pressure Check 103 mm (.447 - .547)
@ Static Bag [ 12v DC Cable Gauge ID # 26932
Notes: Dropped off in box by Sgt. | & Stability Checks
Coleman. Needs new battery. Simulator | Serial # Lot #/Exp Maintenance By TDG___ Date (See Datos)
0.050 202303K @ Battery Replacement
MP6286 03/29/2025 U Dry Gas Regulator Replacement
; O Breath Tube Replacement
0.080 202303L
MP6287 03/29/2025 @ Other CMI remotely resolved Error
0.200 I 202304C 12 on 1/31.
04/05/2025 (Replaced battery on 1/30)
0.080 DGS N/A AG429602
10/22/2026
Calibration Adjustment By Department Inspection By TDG
Barometric Pressure Gauge ID# . Barometric Pressure ID# 26932
Simulator | Serial # Lot # Expiratioh Gauge 1022 Instrument 1023
0.000 N/A N/A Mouth Alcohol Solution Lot # 2024-A
0.040 ! Acetone Stock Solution Lot # 2023-B
0.100 Simulator Serial Number
0.200 * | ksl MP6284
T Interferent MP6285
: 0.050 MP6286
0.080 DGS N/A 0.080 MP6287
0.200
U Post Calibration Adjustment Stability Checks MPG285
Simulator | Serial # Lot # Expiration Attachments ;
0.050 @ Form 41 U Post-Stability Checks
0.080 Stability Checks O Flow Calibration
0.200 @ Calibration Certificate @ Form 40
0,080 DGS N/A O cCalibration Adjustment O Other
Notes/Suggested Service: Checked breath tube screen, @ Instrument Complies with Chapter 11D-8, FAC
replaced o-rings, and verified setup on 1/30. Received O Instrument Does Not Comply with Chapter 11D-8, FAC .
Error 12 on 1/31, which CMI resolved. Finished Quality @ Return to/Place into Evidentiary Use
Checks on 2/3. (TDG 2/3/2025) 0 Remain Out of Evidentiary Use _
@ Conduct an Agency Inspection Before Evidentiary Use
g Phll ﬁ:gz;gymsoighed by Phil MF Shay]a Platt
Nicodemg  Diexsenizosd Dl ot4 5:2"-’2-02501‘ :
I rrace . UBATZI=0500
Tech Review / Date Admin Review fﬁate

FDLE/ATP Form 48 January 2024
Issuing Authority: Alcohol Testing Program

PRINTED COPIES UNCONTROLLED
For Internal ATP Use ONLY

Page 1 of 1




Florida Department of Law Enforcement
- Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Serial Number: 80-006694

Agency: MANATEE COUNTY SO
Software: 8100.27

Time of Inspection: 13:36 Date of Inspection: 01/31/2025

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imspection): OK
No
Alcchol Free Subject Test: 0.000
No
Mouth Alcohol Test: Slope Not Met
No
Interferent Detect Test: Interferent Detect
No
Diagnostic Check (Post-Imnspection): OK
No
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#: Lot#: Lot#: (g/210L)
Exp: Exp: Exp: Lot#:
L Exp:
7
Number of Simulators Used: .
Remarks:

AT NOT CONDUCTED. BYPASSED AI TO BRING OUT 6F DISABLED MODE

M~
oi 13 (2015~

Mo o\écﬁ“:\f\{d

The above instrument complies ( //f/,) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit amnd that T
performed this inspecti in accordance with the provisions of Chapter 11D-8, FAC.

TAYLOR D GUTSCHOW
Signature and Printed Name

01/31/2025
Date

FDLE/ATP Form 40 — March 2004
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Florida Department of Law Enforcement
- Alcohol Testing Program

DEPARTMENT INSPECTION REPORT - INTOXILYZER 8000

Agency: MANATEE COUNTY SO ’ Serial Number: 80-006694
Time of Inspection: 12:55 Date of Inspection: 02/03/2025 Software: 8100.27
Check or Test YES NO Check or Test YES NO
Diagnostic Check - Date and/or Time Adjusted
(Pre-Inspection) : OK Yes ; . No
Minimum Sample Volume Barometric Pressure Sensor

Check: OK Yes Check: OK Yes
Alcohol Free Subject Mouth Alcohol Test:

Test: 0.000 Yes Slope Not Met Yes
Interferent Detect Test: Diagnostic Check

Interferent Detect Yes (Post-Inspection): OK Yes

Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202303K Lot#:202303L Lot#:202304C (g/210L}

Exp: 03/29/2025 Exp: 03/29/2025 Exp: 04/05/2025 Lot#:AG429602
2 ‘ Exp: 10/22/2026

0.000 0.050 0.079 0.197 0.078

0.000 0.050 0.079 0.197 0.078

0.000 0.050 0.079 0.197 0.078

0.000 0.050 0.079 / 0.197 0.078

0.000 0.050 0.079 0.1927 0.078

0.000 0.050 0.079 0.197 0.078

0.000 0.050 0079 0.196 0.078

0.000 0.050 0.079 0197 0.078

0.000 0.051 0.079 0.196 0.078

0.000 0.050 0.079 0.196 0.078
Standard Deviations | 0.0003 0.0000 . 0.0004 0.0000

Average Standard Deviation of 0.05, 0.08 and 0.20 g/210L Tests: 0.0001 Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.
I certify that I performed this inspection in accordance with the provisions of Chapter 11D-8, FAC.

TAYLOR D GUTSCHOW

Signature and Printed Name

02/03/2025
Date

FDLE/ATP Form 41 —Revised August 2005
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