
80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:1903/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:39

Volusia County SO

PECK,KEITH

10/15/2017

1757137

Volusia County SO

PECK,KEITH,D

NEMETH

02/15/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

# 1 0.198Subject Sample 01:41

1.175Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.224Subject Sample 01:44

2.644Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 3 0.222Subject Sample 01:47

1.972Breath Volume 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 03/16/2016 16:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2303/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

03:03

Volusia County SO

PECK,KEITH

10/15/2017

1757137

Volusia County SO

PECK,KEITH,D

MEANS

02/15/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.160Subject Sample 03:44

4.175Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.153Subject Sample 03:47

4.074Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 03/16/2016 16:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:1803/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:12

Volusia County SO

BRAMAN,JOHN

12/10/2018

203498

Volusia County SO

BRAMAN,JOHN,S

DEMARCO

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:16

# 1 0.236Subject Sample 04:16

2.914Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.220Subject Sample 04:19

1.703Breath Volume 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 04/18/2016 13:35

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:1003/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:55

Volusia County SO

WINGARD,JEFF

12/10/2018

203498

Volusia County SO

WINGARD,JEFF,B

BARNETT

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

# 1 0.119Subject Sample 00:43

2.886Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.121Subject Sample 00:46

3.128Breath Volume 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 04/18/2016 13:35

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0903/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:52

Volusia County SO

MCDANIEL,JORDAN

12/10/2018

203498

Volusia County SO

FROST,JOSEPH,W

BARRERA MANSILLA

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:31

# 1 0.095Subject Sample 01:34

3.457Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.096Subject Sample 01:37

2.210Breath Volume 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 04/18/2016 13:35

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:1003/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:05

Volusia County SO

ROBINSON,IVAN

12/10/2018

203498

FHP Troop D

WHEELER,TIMOTHY,R

BURNETT

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

# 1 0.136Subject Sample 23:44

2.402Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.142Subject Sample 23:47

2.578Breath Volume 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 04/18/2016 13:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:5703/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

20:32

St. John's County SO

FLOYD,JOHN

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

PURSLEY

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

Air Blank 23:02 RFI Detect

0.000Air Blank 23:02

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:4403/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

20:32

St. John's County SO

FLOYD,JOHN

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

PURSLEY

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:07

# 1 0.205Subject Sample 23:08

2.082Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.184Subject Sample 23:11

1.281Breath Volume 23:11

0.000Air Blank 23:11

0.000Air Blank 23:13

# 3 0.192Subject Sample 23:14

1.621Breath Volume 23:14

0.000Air Blank 23:14

0.081Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:4803/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:12

St. Augustine PD

CARROLL,KEVIN

01/31/2017

1626932

St. Augustine PD

GARMON,BRITTNEY,S

GAD

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.082Control Test 04:31

0.000Air Blank 04:31

# 1 0.143Subject Sample 04:32

1.234Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.137Subject Sample 04:36

1.359Breath Volume 04:36

0.000Air Blank 04:36

0.082Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:4103/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

23:03

St. John's County SO

KELLY,EZEKIEL

01/31/2017

1626932

St. John's County SO

KELLY,EZEKIEL,D

JOHNS

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.081Control Test 00:11

0.000Air Blank 00:11

# 1Subject Sample 00:12 Subject Test Refused

0.000Breath Volume 00:12

0.000Air Blank 00:12

0.081Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2903/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:31

St. John's County SO

BROWN,DELARN

01/31/2017

1626932

St. Augustine PD

SAGY,CHRISTOPHER,M

MCDONALD

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:12

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:3303/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:50

St. John's County SO

BICKHART,THOMAS

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

MCCOOK

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:48

# 1 0.187Subject Sample 22:49

2.687Breath Volume 22:49

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.189Subject Sample 22:52

2.246Breath Volume 22:52

0.000Air Blank 22:52

0.081Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:1003/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:29

St. John's County SO

DATSKO,NATHAN

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

DAVIS

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:11

# 1 0.145Subject Sample 05:12

1.667Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:14

# 2 0.145Subject Sample 05:15

2.421Breath Volume 05:15

0.000Air Blank 05:16

0.082Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:1703/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:37

St. John's County SO

CATOGGIO,LYNN

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

VICKERS

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.082Control Test 05:36

0.000Air Blank 05:36

# 1 0.147Subject Sample 05:37

1.675Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.143Subject Sample 05:40

2.390Breath Volume 05:40

0.000Air Blank 05:41

0.082Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1903/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:33

St. John's County SO

KUKAR,ROBERT

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

STAMM

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.081Control Test 00:43

0.000Air Blank 00:43

# 1 0.142Subject Sample 00:44

2.390Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.138Subject Sample 00:47

1.996Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:2403/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:33

St. John's County SO

PATTERSON,WILLIAM

01/31/2017

1626932

St. Augustine Beach

SAGY,CHRISTOPHER,M

PETERSON

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.081Control Test 21:22

0.000Air Blank 21:22

# 1 0.242Subject Sample 21:23

2.093Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.208Subject Sample 21:26

1.148Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 3 0.228Subject Sample 21:30

1.945Breath Volume 21:30

0.000Air Blank 21:31

0.081Control Test 21:31

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:0703/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:38

St. John's County SO

OCONNELL,SCOTT

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

DOOLEY

02/24/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 03/31/2016 13:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:2003/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:42

Daytona Beach PD

LIMA,MICHAEL

08/06/2018

14968

Daytona Beach PD

BISSA,JAMES,D

KINNEY

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

# 1 0.179Subject Sample 03:58

1.945Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.170Subject Sample 04:01

1.597Breath Volume 04:01

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:0303/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

17:50

Daytona Beach PD

KILKER,J

08/06/2018

14968

Daytona Beach PD

KILKER,JASON,A

JARVIS

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.081Control Test 19:02

0.000Air Blank 19:02

# 1 0.159Subject Sample 19:03

2.175Breath Volume 19:03

0.000Air Blank 19:04

0.000Air Blank 19:05

# 2 0.160Subject Sample 19:06

2.242Breath Volume 19:06

0.000Air Blank 19:07

0.081Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:08

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:00:3603/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

14:45

Daytona Beach PD

JESSMER,STEVEN

08/06/2018

14968

Daytona Beach PD

BISSA,JAMES,D

NEELEY

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:54

0.000Air Blank 15:54

0.081Control Test 15:55

0.000Air Blank 15:55

# 1 0.210Subject Sample 15:56

2.929Breath Volume 15:56

0.000Air Blank 15:56

0.000Air Blank 15:58

# 2 0.207Subject Sample 15:59

2.503Breath Volume 15:59

0.000Air Blank 15:59

0.080Control Test 16:00

0.000Air Blank 16:00

OKDiagnostics Check 16:00

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2903/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:46

Daytona Beach PD

CONLEY,SHAWNA

08/06/2018

14968

Daytona Beach PD

CONLEY,SHAWNA,A

GATES

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:28

# 1 0.237Subject Sample 01:29

1.410Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.242Subject Sample 01:32

2.070Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:4203/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:40

Daytona Beach PD

CONLEY,SHAWNA

08/06/2018

14968

Daytona Beach PD

CONLEY,SHAWNA,A

OLLET

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

# 1Subject Sample 01:39 Subject Test Refused

0.000Breath Volume 01:39

0.000Air Blank 01:39

0.081Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4803/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:37

Daytona Beach PD

ONYSKI,JEFF

08/06/2018

14968

Daytona Beach PD

LIMA,MICHAEL,A

JIMENEZ

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.082Control Test 04:21

0.000Air Blank 04:22

# 1 0.159Subject Sample 04:23 No .020 agreement

1.824Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.138Subject Sample 04:28 No .020 agreement

1.339Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 3Subject Sample 04:34 No Sample Provided

0.000Breath Volume 04:34

0.000Air Blank 04:34

0.078Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:1903/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:37

Daytona Beach PD

ONYSKI,JEFF

08/06/2018

14968

Daytona Beach PD

LIMA,MICHAEL,A

JIMENEZ

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:52

# 1 0.148Subject Sample 04:52

2.375Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.144Subject Sample 04:55

2.234Breath Volume 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:4003/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:34

Daytona Beach PD

EDWARDS,LANDON

08/06/2018

14968

Daytona Beach PD

CONLEY,SHAWNA,A

ZUNIGA

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.116Subject Sample 01:08

1.511Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.121Subject Sample 01:11

1.621Breath Volume 01:11

0.000Air Blank 01:11

0.080Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:1703/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:14

Daytona Beach PD

WARD,JAMES

08/06/2018

14968

Daytona Beach PD

WARD,JAMES,A

AMARA

02/02/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.081Control Test 00:10

0.000Air Blank 00:10

# 1 0.278Subject Sample 00:11

2.234Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.274Subject Sample 00:14

1.773Breath Volume 00:14

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 03/29/2016 22:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:47:3403/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:19

15:48

Flagler County SO

COZZONE,GAETANO

07/05/2016

16014080A2

Flagler Beach PD

PREVATT,JENNIFER,M

AUSTINSKAS

02/26/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:44

0.000Air Blank 17:45

0.075Control Test 17:45

0.000Air Blank 17:45

# 1Subject Sample 17:46 Subject Test Refused

0.000Breath Volume 17:46

0.000Air Blank 17:46

0.075Control Test 17:46

0.000Air Blank 17:47

OKDiagnostics Check 17:47

Data Download Date/Time: 03/09/2016 13:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2803/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:07

Flagler County SO

PETKOVSEK,R

07/05/2016

16014080A2

Flagler County SO

COWAN,ALICIA,M

JACKSON

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

# 1Subject Sample 02:22 No Sample Provided

0.000Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2Subject Sample 02:28 No Sample Provided

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:4203/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

22:26

Flagler County SO

CHEWNING,A

07/05/2016

16014080A2

Flagler County SO

COWAN,ALICIA,M

ARNOLD

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.078Control Test 02:49

0.000Air Blank 02:49

# 1 0.000Subject Sample 02:52 Volume Not Met

0.480Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.000Subject Sample 02:58 Volume Not Met

0.273Breath Volume 02:58

0.000Air Blank 02:58

0.078Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:2803/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

23:33

Flagler County SO

MEEHAN,SHANE

07/05/2016

16014080A2

Flagler County SO

MEEHAN,SHANE,P

MILLER

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:05

# 1 0.019Subject Sample 01:05

1.703Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.018Subject Sample 01:09

1.835Breath Volume 01:09

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:0603/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:35

Bunnell PD

TULLY,SHANE

07/05/2016

16014080A2

Bunnell PD

GROTH,SHANE,M

LAYMAN

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:09

0.000Air Blank 18:10

0.078Control Test 18:10

0.000Air Blank 18:11

# 1 0.124Subject Sample 18:11

1.472Breath Volume 18:11

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.125Subject Sample 18:14

1.156Breath Volume 18:14

0.000Air Blank 18:15

0.077Control Test 18:15

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:1003/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

02:49

Flagler County SO

PARKER,CARL

07/05/2016

16014080A2

Flagler County SO

WILLIAMS,JASON,B

MATHEN

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:54 No Sample Provided

0.000Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2Subject Sample 03:59 No Sample Provided

0.000Breath Volume 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:1603/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

02:38

Flagler County SO

PARKER,CARL

07/05/2016

16014080A2

Flagler County SO

WILLIAMS,JASON,B

GOLDBERG

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:51

0.078Control Test 05:51

0.000Air Blank 05:52

# 1Subject Sample 05:55 No Sample Provided

0.000Breath Volume 05:55

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2Subject Sample 06:00 No Sample Provided

0.000Breath Volume 06:00

0.000Air Blank 06:01

0.079Control Test 06:01

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:3403/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:29

15:44

Flagler County SO

GONZALEZ,D

07/05/2016

16014080A2

Flagler County SO

FAIRCLOTH,EDWARD,W

ALLISON

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:49

0.000Air Blank 16:49

0.078Control Test 16:50

0.000Air Blank 16:50

# 1 0.078Subject Sample 16:51

1.539Breath Volume 16:51

0.000Air Blank 16:51

0.000Air Blank 16:53

# 2 0.076Subject Sample 16:54

1.183Breath Volume 16:54

0.000Air Blank 16:54

0.078Control Test 16:54

0.000Air Blank 16:55

OKDiagnostics Check 16:55

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:5403/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:24

Flagler County SO

PARTHMORE,DANIEL

07/05/2016

16014080A2

Flagler County SO

DESCARTES,PETER,J

SANCHEZ

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:31

# 1Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:32

0.078Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:2703/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:33

Bunnell PD

PETKOVSEK,RICHARD

07/05/2016

16014080A2

Flagler County SO

GROTH,SHANE,M

EDWARDS

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.078Control Test 20:09

0.000Air Blank 20:10

# 1 0.165Subject Sample 20:10

1.335Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.166Subject Sample 20:13

1.886Breath Volume 20:13

0.000Air Blank 20:14

0.079Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:4403/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:25

18:09

Flagler Beach PD

YELVINGTON,AUSTIN

07/05/2016

16014080A2

Flagler Beach PD

YELVINGTON,AUSTIN,R

POND

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:48

0.000Air Blank 18:49

0.079Control Test 18:49

0.000Air Blank 18:49

# 1 0.177Subject Sample 18:50

2.082Breath Volume 18:50

0.000Air Blank 18:50

0.000Air Blank 18:52

# 2 0.179Subject Sample 18:53

2.281Breath Volume 18:53

0.000Air Blank 18:53

0.079Control Test 18:54

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4303/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:48

OTHER Local

OWEN,SCOTT

07/05/2016

16014080A2

OTHER Local

OWEN,SCOTT,F

ALLEN

03/08/2016

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:13 No Sample Provided

0.000Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 04/28/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:2103/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:23

Manatee County SO

TATE,ROBERT

05/01/2016

09014080A1

Manatee County SO

TATE,ROBERT,J

RIVERA

02/26/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.078Control Test 21:06

0.000Air Blank 21:06

# 1Subject Sample 21:06 Subject Test Refused

0.000Breath Volume 21:06

0.000Air Blank 21:07

0.078Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 03/28/2016 10:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2903/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:00

Manatee County SO

TATE,ROBERT

05/01/2016

09014080A1

Manatee County SO

TATE,ROBERT,J

HUFNUS

02/26/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.079Control Test 01:32

0.000Air Blank 01:32

# 1Subject Sample 01:33 Subject Test Refused

0.000Breath Volume 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 03/28/2016 10:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:1303/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:43

Manatee County SO

VANOVER,ANDREW

05/01/2016

09014080A1

Manatee County SO

VANOVER,ANDREW,P

MENDOZA ESPINOZA

02/26/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:13

# 1 0.255Subject Sample 22:14

2.925Breath Volume 22:14

Air Blank 22:15 Purge Fail

0.000Air Blank 22:16

Data Download Date/Time: 03/28/2016 10:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:3003/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:00

Haines City PD

MULDERRIG,SEAN

06/01/2016

12014080A1

Haines City PD

MULDERRIG,SEAN,F

BRUTUS

02/26/2016

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:01

# 1Subject Sample 05:02 Subject Test Refused

0.000Breath Volume 05:02

0.000Air Blank 05:02

0.080Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 03/13/2016 07:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:2103/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:14

Polk County SO

RIVERA,ANGELO

06/01/2016

12014080A1

Polk County SO

RIVERA,ANGELO,L

MATOS PAGAN

03/13/2016

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.081Control Test 23:19

0.000Air Blank 23:19

# 1 0.000Subject Sample 23:20

1.585Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.000Subject Sample 23:22

2.128Breath Volume 23:22

0.000Air Blank 23:23

0.081Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 04/17/2016 10:43

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0403/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:47

Ormond Beach PD

SANDERS,LAUREN

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

COOK

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.081Control Test 03:36

0.000Air Blank 03:36

# 1 0.056Subject Sample 03:37

1.570Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:39

# 2 0.058Subject Sample 03:40

2.773Breath Volume 03:40

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:42

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:1903/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

02:54

Ormond Beach PD

SANDERS,LAUREN

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

WASHINGTON

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.081Control Test 05:06

0.000Air Blank 05:07

# 1 0.000Subject Sample 05:07

1.691Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2 0.000Subject Sample 05:11

3.562Breath Volume 05:11

0.000Air Blank 05:12

0.081Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:0303/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:20

Ormond Beach PD

SANDERS,LAUREN

02/04/2019

279870

Ormond Beach PD

RENELL,BENITA,L

MOTON

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.080Control Test 00:08

0.000Air Blank 00:08

# 1 0.171Subject Sample 00:09

3.554Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:11

# 2 0.172Subject Sample 00:12

3.847Breath Volume 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:14

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1903/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:33

Ormond Beach PD

GARCIA,THOMAS

02/04/2019

279870

Ormond Beach PD

GOSS,JEREMY,A

GOVERNOR

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.080Control Test 04:26

0.000Air Blank 04:26

# 1Subject Sample 04:26 Subject Test Refused

0.000Breath Volume 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:5503/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:08

Ormond Beach PD

GARNER,MICHAEL

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

BARTUS

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.079Control Test 02:24

0.000Air Blank 02:24

# 1 0.134Subject Sample 02:27 Volume Not Met

0.136Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.121Subject Sample 02:33 Volume Not Met

0.667Breath Volume 02:33

0.000Air Blank 02:34

0.081Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:2603/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:08

Ormond Beach PD

GARNER,MICHAEL

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

BARTUS

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:37

# 1 0.112Subject Sample 02:40 Volume Not Met

0.324Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.147Subject Sample 02:44

2.183Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 3 0.134Subject Sample 02:47

1.593Breath Volume 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5203/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:28

Ormond Beach PD

SANDERS,LAUREN

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

SEELY

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:30

# 1 0.240Subject Sample 03:31

1.664Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.241Subject Sample 03:34

1.988Breath Volume 03:34

0.000Air Blank 03:34

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4803/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:16

Ormond Beach PD

STARKE,DAVID

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

FILYAW

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.080Control Test 03:20

0.000Air Blank 03:20

# 1Subject Sample 03:23 No Sample Provided

0.000Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.164Subject Sample 03:29 Volume Not Met

0.015Breath Volume 03:29

0.000Air Blank 03:29

0.080Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:5903/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:16

Ormond Beach PD

STARKE,DAVID

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

FILYAW

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:0803/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:44

Ormond Beach PD

MICHAELIS,AMBERLY

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

LEONARD

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:46

# 1 0.122Subject Sample 22:49

2.792Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.118Subject Sample 22:52

3.203Breath Volume 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2803/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:26

Ormond Beach PD

SANDERS,LAUREN

02/04/2019

279870

Ormond Beach PD

RENELL,BENITA,L

GOOD

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:29

# 1Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:3603/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:56

Ormond Beach PD

SANDERS,LAUREN

02/04/2019

279870

Ormond Beach PD

RENELL,BENITA,L

PIERCE

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.080Control Test 22:59

0.000Air Blank 22:59

# 1 0.111Subject Sample 23:02 Volume Not Met

0.105Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.114Subject Sample 23:07

1.140Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 3 0.109Subject Sample 23:12

1.523Breath Volume 23:12

0.000Air Blank 23:12

0.078Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:0603/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:55

Ormond Beach PD

WARMINGTON,WILLIAM

02/04/2019

279870

Ormond Beach PD

GOSS,JEREMY,A

HEIGHLEY

02/11/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:52

0.000Air Blank 17:52

0.080Control Test 17:52

0.000Air Blank 17:53

# 1 0.231Subject Sample 17:53

2.210Breath Volume 17:53

0.000Air Blank 17:54

0.000Air Blank 17:56

# 2 0.243Subject Sample 17:57

2.972Breath Volume 17:57

0.000Air Blank 17:58

0.079Control Test 17:58

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:1703/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

19:16

Ormond Beach PD

WARMINGTON,WILLIAM

02/04/2019

279870

Ormond Beach PD

GOSS,JEREMY,A

CONKLIN

03/30/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.080Control Test 20:40

0.000Air Blank 20:41

# 1 0.210Subject Sample 20:41

1.234Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.202Subject Sample 20:44

2.312Breath Volume 20:44

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 04/29/2016 09:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:3003/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

18:30

Ormond Beach PD

WARMINGTON,WILLIAM

02/04/2019

279870

Ormond Beach PD

WARMINGTON,WILLIAM,G

MCKINNEY

03/30/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.080Control Test 20:09

0.000Air Blank 20:10

# 1 0.111Subject Sample 20:11

2.535Breath Volume 20:11

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.112Subject Sample 20:14

2.644Breath Volume 20:14

0.000Air Blank 20:14

0.079Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 04/29/2016 09:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:1903/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:40

Ponce Inlet PD

CRAIG,BRADLEY

01/08/2018

1787697

Ponce Inlet PD

CRAIG,BRADLEY,A

CHITTY

02/11/2016

8100.27

PONCE INLET PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.079Control Test 00:26

0.000Air Blank 00:26

# 1 0.275Subject Sample 00:27

2.457Breath Volume 00:27

Air Blank 00:27 RFI Detect

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 03/28/2016 17:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:5103/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:40

Ponce Inlet PD

CRAIG,BRADLEY

01/08/2018

1787697

Ponce Inlet PD

CRAIG,BRADLEY,A

CHITTY

02/11/2016

8100.27

PONCE INLET PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.079Control Test 00:32

0.000Air Blank 00:32

# 1 0.276Subject Sample 00:33

2.625Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.261Subject Sample 00:36

2.335Breath Volume 00:36

0.000Air Blank 00:36

0.079Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 03/28/2016 17:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:4403/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

18:11

Orange City PD

JONES,BRENT

11/05/2016

28214080A1

Orange City PD

JONES,BRENT,M

HOWARD

02/23/2016

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:47

0.000Air Blank 18:47

0.079Control Test 18:47

0.000Air Blank 18:48

# 1 0.104Subject Sample 18:49

1.433Breath Volume 18:49

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2 0.108Subject Sample 18:52

1.718Breath Volume 18:52

0.000Air Blank 18:52

0.078Control Test 18:53

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 03/18/2016 09:33

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:1603/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:34

Orange City PD

BURNS,CHRISTOPHER

11/05/2016

28214080A1

Orange City PD

JONES,BRENT,M

JAMES

02/23/2016

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.079Control Test 22:20

0.000Air Blank 22:20

# 1Subject Sample 22:20 Subject Test Refused

0.000Breath Volume 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 03/18/2016 09:33

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5003/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:37

Orange City PD

KIBBE,BRIAN

11/05/2016

28214080A1

Orange City PD

KIBBE,BRIAN,J

DINAN

03/18/2016

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.078Control Test 04:27

0.000Air Blank 04:27

# 1 0.157Subject Sample 04:28

2.332Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.156Subject Sample 04:31

2.707Breath Volume 04:31

0.000Air Blank 04:31

0.077Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 04/20/2016 10:23

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2903/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:22

Orange City PD

IHNKEN,MATTHEW

11/05/2016

28214080A1

Volusia County SO

BRUBAKER,KELLY,J

MADL

03/18/2016

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:39

# 1 0.000Subject Sample 01:42

1.417Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.000Subject Sample 01:46

2.015Breath Volume 01:46

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 04/20/2016 10:23

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:51:2703/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:09

11:09

Orange City PD

HARRALSON,SAMUEL

11/05/2016

28214080A1

Orange City PD

OLSZEWSKI,HEATHER,L

VANAMBURG

03/18/2016

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:41

0.000Air Blank 11:42

0.078Control Test 11:42

0.000Air Blank 11:43

# 1 0.230Subject Sample 11:43

2.335Breath Volume 11:43

0.000Air Blank 11:44

0.000Air Blank 11:46

# 2 0.209Subject Sample 11:46

1.773Breath Volume 11:46

0.000Air Blank 11:47

0.000Air Blank 11:49

# 3 0.238Subject Sample 11:49

2.750Breath Volume 11:49

0.000Air Blank 11:50

0.078Control Test 11:50

0.000Air Blank 11:51

OKDiagnostics Check 11:51

Data Download Date/Time: 04/20/2016 10:23

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:3503/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:47

Lady Lake PD

SANDBAKKEN,PAUL

08/05/2017

18015080A2

Fruitland Park PD

VLASTO,CHRISTOPHER,

MYSLAKOWSKI

02/18/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:33

0.081Control Test 05:34

0.000Air Blank 05:34

# 1 0.171Subject Sample 05:35

2.679Breath Volume 05:35

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.180Subject Sample 05:37

3.226Breath Volume 05:37

0.000Air Blank 05:38

0.080Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 03/06/2016 07:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0503/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:20

Lady Lake PD

GEHRSITZ,CHARLES

08/05/2017

18015080A2

Lady Lake PD

VLASTO,CHRISTOPHER,

KUNKEL

02/18/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:54

# 1 0.228Subject Sample 02:56

1.660Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.214Subject Sample 03:00

1.949Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 03/06/2016 07:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:4803/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:19

Lady Lake PD

GEHRSITZ,CHARLES

08/05/2017

18015080A2

Lady Lake PD

DURYEA,MATTHEW,W

NEUZIL JR

03/06/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

# 1 0.142Subject Sample 02:01

2.488Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.146Subject Sample 02:04

2.777Breath Volume 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 04/25/2016 18:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2403/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:20

Lady Lake PD

DURYEA,MATTHEW

08/05/2017

18015080A2

Lady Lake PD

DURYEA,MATTHEW,W

CAPPS

03/06/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

# 1 0.189Subject Sample 04:02

2.285Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:04

# 2Subject Sample 04:05 Slope Not Met

1.238Breath Volume 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 04/25/2016 18:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:5803/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:20

Lady Lake PD

DURYEA,MATTHEW

08/05/2017

18015080A2

Lady Lake PD

DURYEA,MATTHEW,W

CAPPS

03/06/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

# 1 0.167Subject Sample 04:14 Volume Not Met

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.207Subject Sample 04:18

1.250Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:20

# 3 0.186Subject Sample 04:24 Volume Not Met

0.601Breath Volume 04:24

0.000Air Blank 04:24

0.074Control Test 04:25 Control Outside Tolerance

0.000Air Blank 04:25

Data Download Date/Time: 04/25/2016 18:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:3403/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:50

Lady Lake PD

DURYEA,MATTHEW

08/05/2017

18015080A2

Lady Lake PD

DURYEA,MATTHEW,W

GREEN

03/06/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.081Control Test 21:37

0.000Air Blank 21:37

# 1 0.180Subject Sample 21:39

2.355Breath Volume 21:39

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.180Subject Sample 21:42

2.203Breath Volume 21:42

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 04/25/2016 18:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:3603/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:25

Lady Lake PD

DURYEA,MATTHEW

08/05/2017

18015080A2

Lady Lake PD

DURYEA,MATTHEW,W

RUSSELL

03/06/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.080Control Test 21:29

0.000Air Blank 21:29

# 1Subject Sample 21:30 Subject Test Refused

0.000Breath Volume 21:30

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 04/25/2016 18:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001178CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:0003/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

23:06

Miami PD

KINSEY-SMITH,FELICIA

01/14/2018

1789170

Miami-Dade PD

PHILIPPE,WANDLER,C

MAZZA

02/25/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:38

# 1 0.008Subject Sample 23:40

3.738Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.008Subject Sample 23:43

3.093Breath Volume 23:43

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:45

Data Download Date/Time: 03/10/2016 16:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001179CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:5903/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:21

19:36

OTHER State

HERNANDEZ,KEITH

02/24/2019

279870

OTHER State

LUDTKE,CHRISTOPHER,E

ALZARKALI

03/07/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.081Control Test 20:55

0.000Air Blank 20:55

# 1 0.063Subject Sample 20:56

3.253Breath Volume 20:56

0.000Air Blank 20:57

0.000Air Blank 20:58

# 2 0.057Subject Sample 20:59

2.390Breath Volume 20:59

0.000Air Blank 21:00

0.079Control Test 21:00

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 04/21/2016 12:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:5303/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:44

Boca Raton PD

JESIONEK,ROBERT

11/05/2017

28515080A3

Boca Raton PD

FONG,KENNETH,

GOLUBSKI

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

# 1Subject Sample 01:33 Subject Test Refused

0.000Breath Volume 01:33

0.000Air Blank 01:33

0.079Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:48:0203/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:50

Boca Raton PD

VANCAMP,JEFFERY

11/05/2017

28515080A3

Boca Raton PD

KRIGGER,ROHALIO,E

SILVA DE CAMARGO

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:39

0.000Air Blank 06:40

0.079Control Test 06:40

0.000Air Blank 06:40

# 1Subject Sample 06:44 No Sample Provided

0.000Breath Volume 06:44

0.000Air Blank 06:44

0.000Air Blank 06:46

# 2Subject Sample 06:46 Subject Test Refused

0.000Breath Volume 06:46

0.000Air Blank 06:47

0.080Control Test 06:47

0.000Air Blank 06:47

OKDiagnostics Check 06:48

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5103/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:19

Boca Raton PD

JESIONEK,ROBERT

11/05/2017

28515080A3

Boca Raton PD

FONG,KENNETH,

KANE

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

# 1 0.297Subject Sample 03:07

2.242Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.298Subject Sample 03:10

1.851Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:0903/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:13

Boca Raton PD

JESIONEK,R

11/05/2017

28515080A3

Boca Raton PD

CRAWFORD,A,

DRISCOLL

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:55

0.000Air Blank 18:56

0.080Control Test 18:56

0.000Air Blank 18:57

# 1 0.178Subject Sample 18:58

1.367Breath Volume 18:58

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.180Subject Sample 19:01

1.683Breath Volume 19:01

0.000Air Blank 19:02

0.079Control Test 19:02

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2803/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:42

Boca Raton PD

CRAWFORD,ANDREW

11/05/2017

28515080A3

Boca Raton PD

JESIONEK,ROBERT,S

PETELLE

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

# 1 0.185Subject Sample 02:28

3.167Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.187Subject Sample 02:31

2.757Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:0103/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

19:01

Boca Raton PD

JESIONEK,ROBERT

11/05/2017

28515080A3

Boca Raton PD

FONG,KENNETH,

GUNN

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.079Control Test 19:51

0.000Air Blank 19:52

# 1Subject Sample 19:52 Subject Test Refused

0.000Breath Volume 19:52

0.000Air Blank 19:53

0.078Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:54

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:0103/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:05

Boca Raton PD

CRAWFORD,ANDREW

11/05/2017

28515080A3

Boca Raton PD

JESIONEK,ROBERT,S

TRAVAGLIA

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

# 1Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:54

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:3503/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:39

Boca Raton PD

VAN CAMP,JEFFERY

11/05/2017

28515080A3

Boca Raton PD

CARNEY,DANIEL,C

HUBBELL

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

# 1 0.232Subject Sample 02:17

2.496Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.221Subject Sample 02:20

2.484Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1303/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:42

Boca Raton PD

VAN CAMP,J

11/05/2017

28515080A3

Boca Raton PD

FRENZ,JONATHAN,R

JENKINS

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

# 1 0.180Subject Sample 04:19

2.289Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.175Subject Sample 04:23

2.679Breath Volume 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:02:4603/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:35

11:17

Boca Raton PD

GRAHAM,KEITH

11/05/2017

28515080A3

Boca Raton PD

BETHARD,ROSS,K

CLARK

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:56

0.000Air Blank 11:56

0.079Control Test 11:57

0.000Air Blank 11:57

# 1 0.000Subject Sample 11:58

1.964Breath Volume 11:58

0.000Air Blank 11:58

0.000Air Blank 12:00

# 2 0.000Subject Sample 12:01

2.402Breath Volume 12:01

0.000Air Blank 12:01

0.079Control Test 12:02

0.000Air Blank 12:02

OKDiagnostics Check 12:02

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:2903/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:48

Boca Raton PD

JESIONEK,R

11/05/2017

28515080A3

Boca Raton PD

CRAWFORD,A,

BREZINSKI

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:34

# 1Subject Sample 02:35 Subject Test Refused

0.000Breath Volume 02:35

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:2903/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:56

Boca Raton PD

CRAWFORD,A

11/05/2017

28515080A3

Boca Raton PD

MURPHY,BRITTANIE,J

SETH

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:39

# 1Subject Sample 04:40 Subject Test Refused

0.000Breath Volume 04:40

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:4503/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:00

Boca Raton PD

CRAWFORD,ANDREW

11/05/2017

28515080A3

Boca Raton PD

JESIONEK,ROBERT,S

BELLEFEUILLE

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:45

0.079Control Test 19:46

0.000Air Blank 19:46

# 1 0.149Subject Sample 19:49 Volume Not Met

0.257Breath Volume 19:49

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.118Subject Sample 19:55 Volume Not Met

1.019Breath Volume 19:55

0.000Air Blank 19:55

0.078Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:1903/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:00

Boca Raton PD

CRAWFORD,ANDREW

11/05/2017

28515080A3

Boca Raton PD

JESIONEK,ROBERT,S

BELLEFEUILLE

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.078Control Test 20:00

0.000Air Blank 20:01

# 1 0.149Subject Sample 20:03

1.707Breath Volume 20:03

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.162Subject Sample 20:06

1.855Breath Volume 20:06

0.000Air Blank 20:07

0.078Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5603/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:55

Boca Raton PD

GRAHAM,DALE

11/05/2017

28515080A3

Boca Raton PD

CARNEY,DANIEL,C

LOPEZ

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

# 1Subject Sample 01:58 Subject Test Refused

0.000Breath Volume 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:0103/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:09

Boca Raton PD

ZIADIE,ANDREW

11/05/2017

28515080A3

Boca Raton PD

FRENZ,JONATHAN,R

PATINO

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:29

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:01:3603/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:29

12:07

Boca Raton PD

PARE,BRIAN

11/05/2017

28515080A3

Boca Raton PD

GRAHAM,KEITH,T

TOLAND

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:52

0.000Air Blank 12:52

0.080Control Test 12:53

0.000Air Blank 12:53

# 1 0.000Subject Sample 12:55

1.226Breath Volume 12:55

0.000Air Blank 12:55

0.000Air Blank 12:57

# 2 0.000Subject Sample 13:00

1.363Breath Volume 13:00

0.000Air Blank 13:00

0.080Control Test 13:01

0.000Air Blank 13:01

OKDiagnostics Check 13:01

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2303/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:50

Boca Raton PD

JESIONEK,ROBERT

11/05/2017

28515080A3

Boca Raton PD

BISSOON,STEPHEN,R

SASSINE

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.079Control Test 23:50

0.000Air Blank 23:51

# 1 0.038Subject Sample 23:52

3.273Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.036Subject Sample 23:54

2.777Breath Volume 23:54

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:0103/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:48

Martin County SO

BAKER,BRADFORD

11/05/2016

28214080A1

Martin County SO

BAKER,BRADFORD,B

RUSSELL

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

# 1 0.149Subject Sample 02:40

2.464Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.150Subject Sample 02:43

2.136Breath Volume 02:43

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:45

Data Download Date/Time: 03/24/2016 20:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2803/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:32

Martin County SO

BELLAS,DILLON

11/05/2016

28214080A1

Martin County SO

BELLAS,DILLON,A

MACINNIS

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:20

0.081Control Test 00:20

0.000Air Blank 00:21

# 1 0.185Subject Sample 00:21

4.160Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.176Subject Sample 00:24

2.496Breath Volume 00:24

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 03/24/2016 20:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:3503/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:03

FHP Troop L

GITTO,JUSTIN

11/05/2016

28214080A1

FHP Troop L

GITTO,JUSTIN,J

BENTO

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.081Control Test 23:48

0.000Air Blank 23:48

# 1 0.150Subject Sample 23:49

3.261Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.150Subject Sample 23:52

3.394Breath Volume 23:52

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 03/24/2016 20:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:1503/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:33

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

BROOME

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.081Control Test 22:37

0.000Air Blank 22:37

# 1 0.000Subject Sample 22:37

1.777Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.000Subject Sample 22:40

1.953Breath Volume 22:40

0.000Air Blank 22:41

0.082Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:3403/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:31

Martin County SO

BELLAS,DILLON

11/05/2016

28214080A1

Martin County SO

BELLAS,DILLON,A

GINSBERG

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.081Control Test 23:12

0.000Air Blank 23:13

# 1 0.255Subject Sample 23:13

3.906Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.262Subject Sample 23:17

4.097Breath Volume 23:17

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:3003/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:52

Martin County SO

POLIZZI,CHRISTINE

11/05/2016

28214080A1

Martin County SO

POLIZZI,CHRISTINE,A

MEJIA

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

# 1 0.280Subject Sample 03:30

1.308Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.278Subject Sample 03:33

1.453Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:44:5503/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:16

18:12

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

DELEON CINTO

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:38

0.000Air Blank 18:38

0.081Control Test 18:39

0.000Air Blank 18:39

# 1 0.046Subject Sample 18:40

2.273Breath Volume 18:40

0.000Air Blank 18:40

0.000Air Blank 18:42

# 2 0.044Subject Sample 18:43

1.945Breath Volume 18:43

0.000Air Blank 18:44

0.081Control Test 18:44

0.000Air Blank 18:44

OKDiagnostics Check 18:44

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0703/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:18

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

FERRO

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:00

# 1 0.173Subject Sample 01:01

2.339Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:03

# 2 0.161Subject Sample 01:04

1.949Breath Volume 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:0303/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:51

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

NOLL

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:23

# 1 0.115Subject Sample 04:23

3.429Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.115Subject Sample 04:26

3.230Breath Volume 04:26

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:28

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:0303/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

18:33

FHP Troop L

WEBER,RONALD

11/05/2016

28214080A1

FHP Troop L

WEBER,RONALD,E

SLATER

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.081Control Test 20:22

0.000Air Blank 20:23

# 1 0.214Subject Sample 20:23

2.113Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.199Subject Sample 20:26

2.203Breath Volume 20:26

0.000Air Blank 20:27

0.080Control Test 20:27

0.000Air Blank 20:27

OKDiagnostics Check 20:28

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:1903/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:33

Martin County SO

THOMAS,CHRISTOPHER

11/05/2016

28214080A1

Martin County SO

THOMAS,CHRISTOPHER,L

MATEO

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.081Control Test 23:46

0.000Air Blank 23:46

# 1 0.149Subject Sample 23:47

1.128Breath Volume 23:47

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.133Subject Sample 23:50

1.429Breath Volume 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:5603/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:58

FHP Troop L

STEELE,MARK

11/05/2016

28214080A1

FHP Troop L

STEELE,MARK,T

SEASOR

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:18

0.080Control Test 20:18

0.000Air Blank 20:19

# 1 0.118Subject Sample 20:19

3.644Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:21

# 2 0.112Subject Sample 20:22

2.226Breath Volume 20:22

0.000Air Blank 20:23

0.080Control Test 20:23

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0903/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:30

Martin County SO

POLIZZI,CHRISTINE

11/05/2016

28214080A1

Martin County SO

POLIZZI,CHRISTINE,A

MORRIS

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.081Control Test 02:05

0.000Air Blank 02:05

# 1 0.000Subject Sample 02:06

1.613Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.000Subject Sample 02:10

1.699Breath Volume 02:10

0.000Air Blank 02:11

0.082Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:0403/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:41

19:32

Martin County SO

THOMAS,CHRISTOPHER

11/05/2016

28214080A1

Martin County SO

THOMAS,CHRISTOPHER,L

TANNER

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:03

0.000Air Blank 20:04

0.081Control Test 20:04

0.000Air Blank 20:05

# 1 0.173Subject Sample 20:07

1.695Breath Volume 20:07

0.000Air Blank 20:07

0.000Air Blank 20:09

# 2 0.177Subject Sample 20:11

2.046Breath Volume 20:11

0.000Air Blank 20:12

0.081Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:13

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:4803/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

04:00

Martin County SO

THOMAS,CHRISTOPHER

11/05/2016

28214080A1

Martin County SO

THOMAS,CHRISTOPHER,L

CLAUDIO

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.082Control Test 04:37

0.000Air Blank 04:37

# 1 0.079Subject Sample 04:38

4.023Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.075Subject Sample 04:41

3.656Breath Volume 04:41

0.000Air Blank 04:41

0.080Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:0303/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:12

Stuart PD

ANGERVIL,CLAUDIE

11/05/2016

28214080A1

Stuart PD

RICE,MICHAEL,D

BABITZ

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:18

# 1 0.191Subject Sample 22:19

1.605Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.177Subject Sample 22:22

1.898Breath Volume 22:22

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:24

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:5503/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

04:54

Martin County SO

THOMAS,CHRISTOPHER

11/05/2016

28214080A1

Martin County SO

THOMAS,CHRISTOPHER,L

RODRIGUEZ CRUZ

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.080Control Test 05:31

0.000Air Blank 05:31

# 1 0.193Subject Sample 05:32

1.312Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:34

# 2 0.193Subject Sample 05:35

2.105Breath Volume 05:35

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:3703/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

22:59

Martin County SO

BELLAS,DILLON

11/05/2016

28214080A1

Martin County SO

BELLAS,DILLON,A

STALLINGS

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.081Control Test 00:28

0.000Air Blank 00:29

# 1 0.168Subject Sample 00:30

1.335Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.194Subject Sample 00:33

3.234Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 3 0.195Subject Sample 00:37

3.664Breath Volume 00:37

0.000Air Blank 00:37

0.080Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2303/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:11

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

LOVELAND

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

# 1 0.077Subject Sample 00:54

1.117Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.075Subject Sample 00:57

2.394Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1703/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:26

Martin County SO

LISLE,BEN

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

DARNELL

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:19

# 1 0.091Subject Sample 01:19

2.625Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.088Subject Sample 01:22

2.414Breath Volume 01:22

0.000Air Blank 01:23

0.080Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:3403/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:22

FHP Troop L

WEBER,RONALD

11/05/2016

28214080A1

FHP Troop L

WEBER,RONALD,E

YANG

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1 0.000Subject Sample 03:57

2.148Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.000Subject Sample 04:00

2.367Breath Volume 04:00

0.000Air Blank 04:00

0.081Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3403/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:01

Martin County SO

BELLAS,DILLON

11/05/2016

28214080A1

Martin County SO

BELLAS,DILLON,A

DEARBORN

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.081Control Test 23:38

0.000Air Blank 23:38

# 1 0.185Subject Sample 23:39

2.179Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.185Subject Sample 23:42

2.320Breath Volume 23:42

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5703/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:56

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

TUCHIN AGUILAR

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.081Control Test 04:26

0.000Air Blank 04:26

# 1 0.281Subject Sample 04:27

1.941Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.280Subject Sample 04:30

2.398Breath Volume 04:30

0.000Air Blank 04:31

0.079Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:2903/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:25

FHP Troop L

WEBER,RONALD

11/05/2016

28214080A1

FHP Troop L

WEBER,RONALD,E

ROSSER

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:31

# 1 0.208Subject Sample 00:32

2.703Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.201Subject Sample 00:34

2.750Breath Volume 00:34

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:24:4203/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

11:50

FHP Troop K

OKEEFE,KEVIN

11/05/2016

28214080A1

FHP Troop K

OKEEFE,KEVIN,D

MCNEIL

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:18

0.000Air Blank 13:19

0.080Control Test 13:19

0.000Air Blank 13:19

# 1 0.324Subject Sample 13:20

2.500Breath Volume 13:20

0.000Air Blank 13:21

0.000Air Blank 13:22

# 2 0.330Subject Sample 13:23

2.289Breath Volume 13:23

0.000Air Blank 13:23

0.080Control Test 13:24

0.000Air Blank 13:24

OKDiagnostics Check 13:24

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:2203/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:21

17:12

Martin County SO

PORCELLI,ANDREW

11/05/2016

28214080A1

Martin County SO

PORCELLI,ANDREW,

SCLAFANI

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:43

0.000Air Blank 17:43

0.080Control Test 17:43

0.000Air Blank 17:44

# 1 0.102Subject Sample 17:44

1.300Breath Volume 17:44

0.000Air Blank 17:45

0.000Air Blank 17:47

# 2 0.097Subject Sample 17:47

1.195Breath Volume 17:47

0.000Air Blank 17:48

0.080Control Test 17:48

0.000Air Blank 17:49

OKDiagnostics Check 17:49

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:3303/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:21

Martin County SO

THOMAS,CHRISTOPHER

11/05/2016

28214080A1

Martin County SO

THOMAS,CHRISTOPHER,L

ULIANO

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.081Control Test 21:59

0.000Air Blank 22:00

# 1 0.052Subject Sample 22:02

2.144Breath Volume 22:02

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.052Subject Sample 22:05

1.312Breath Volume 22:05

0.000Air Blank 22:05

0.081Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4903/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:38

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

RAPP

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.161Subject Sample 02:34

2.230Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.160Subject Sample 02:37

2.777Breath Volume 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:4503/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:16

Martin County SO

BELLAS,DILLON

11/05/2016

28214080A1

Martin County SO

BELLAS,DILLON,A

RUIZ

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.081Control Test 00:28

0.000Air Blank 00:28

# 1 0.026Subject Sample 00:29

2.386Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.026Subject Sample 00:32

2.363Breath Volume 00:32

0.000Air Blank 00:32

0.081Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:5103/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:48

FHP Troop L

WEBER,RONALD

11/05/2016

28214080A1

FHP Troop L

WEBER,RONALD,E

MARTINEZ

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.114Subject Sample 02:26

2.574Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:28

# 2 0.111Subject Sample 02:29

2.792Breath Volume 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:2603/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:06

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

LOPEZ REYNA

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

# 1 0.183Subject Sample 21:47

2.117Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.185Subject Sample 21:50

2.191Breath Volume 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:2003/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

22:51

Martin County SO

POLIZZI,CHRISTINE

11/05/2016

28214080A1

Martin County SO

POLIZZI,CHRISTINE,A

ORTIZ-GONZALEZ

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:12

# 1 0.136Subject Sample 01:13

1.683Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.128Subject Sample 01:16

1.742Breath Volume 01:16

0.000Air Blank 01:17

0.079Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:0403/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:16

FHP Troop L

WEBER,RONALD

11/05/2016

28214080A1

FHP Troop L

WEBER,RONALD,E

SAMAYOA REYES

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.080Control Test 04:00

0.000Air Blank 04:00

# 1 0.186Subject Sample 04:01

1.582Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.208Subject Sample 04:04

2.054Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:06

# 3 0.212Subject Sample 04:07

2.679Breath Volume 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:09

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:1603/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:56

Martin County SO

YUN,DAVID

11/05/2016

28214080A1

Martin County SO

YUN,DAVID,

MELLEY

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:54

0.080Control Test 20:54

0.000Air Blank 20:55

# 1 0.180Subject Sample 20:55

2.355Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.190Subject Sample 20:58

1.253Breath Volume 20:58

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:5903/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:55

Martin County SO

THOMAS,CHRISTOPHER

11/05/2016

28214080A1

Martin County SO

THOMAS,CHRISTOPHER,L

WOOLARD

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:45

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:46

# 1 0.335Subject Sample 20:47

1.906Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:49

# 2 0.343Subject Sample 20:50

2.121Breath Volume 20:50

0.000Air Blank 20:51

0.081Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1803/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:32

Martin County SO

BAKER,BRADFORD

11/05/2016

28214080A1

Martin County SO

BAKER,BRADFORD,B

FOSTER

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

# 1 0.225Subject Sample 02:25

2.460Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.223Subject Sample 02:28

1.796Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0503/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:14

Martin County SO

BELLAS,DILLON

11/05/2016

28214080A1

Martin County SO

BELLAS,DILLON,A

SCHREIBER

02/17/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.082Control Test 01:45

0.000Air Blank 01:46

# 1 0.197Subject Sample 01:48

1.328Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.195Subject Sample 01:52

1.546Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 03/24/2016 20:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:1403/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:39

Martin County SO

POLIZZI,CHRISTINE

10/05/2017

24515080A2

Martin County SO

POLIZZI,CHRISTINE,A

CIELLO

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

# 1 0.301Subject Sample 04:14

2.890Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.300Subject Sample 04:17

2.273Breath Volume 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 04/28/2016 14:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:38:4403/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:12

13:39

Martin County SO

CUTY,J

10/05/2017

24515080A2

Martin County SO

CUTY,J,K

SPRINGSTON

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:32

0.000Air Blank 14:33

0.081Control Test 14:33

0.000Air Blank 14:34

# 1 0.000Subject Sample 14:34

1.257Breath Volume 14:34

0.000Air Blank 14:34

0.000Air Blank 14:36

# 2 0.000Subject Sample 14:37

1.343Breath Volume 14:37

0.000Air Blank 14:37

0.081Control Test 14:38

0.000Air Blank 14:38

OKDiagnostics Check 14:38

Data Download Date/Time: 04/28/2016 14:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:3403/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:16

FHP Troop L

GITTO,JUSTIN

10/05/2017

24515080A2

FHP Troop L

GITTO,JUSTIN,J

CARRASCO

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.081Control Test 02:20

0.000Air Blank 02:20

# 1 0.121Subject Sample 02:21

2.449Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.116Subject Sample 02:24

1.988Breath Volume 02:24

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0703/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:37

Martin County SO

YUN,DAVID

10/05/2017

24515080A2

Martin County SO

YUN,DAVID,

CANO

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.120Subject Sample 03:26

2.570Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.120Subject Sample 03:29

1.820Breath Volume 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0103/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:28

FHP Troop L

GITTO,JUSTIN

10/05/2017

24515080A2

FHP Troop L

GITTO,JUSTIN,J

PLATT

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

# 1 0.132Subject Sample 01:54

4.628Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.129Subject Sample 01:57

4.132Breath Volume 01:57

0.000Air Blank 01:58

0.082Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:59

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0203/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:44

Martin County SO

BELLAS,DILLON

10/05/2017

24515080A2

Martin County SO

BELLAS,DILLON,A

ENNIS

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.081Control Test 02:19

0.000Air Blank 02:19

# 1 0.153Subject Sample 02:20

2.925Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:22

# 2 0.153Subject Sample 02:23

2.988Breath Volume 02:23

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:25

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4403/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:32

Martin County SO

POLIZZI,CHRISTINE

10/05/2017

24515080A2

Martin County SO

POLIZZI,CHRISTINE,A

BOYLE

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.081Control Test 03:04

0.000Air Blank 03:04

# 1 0.132Subject Sample 03:05

1.699Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.132Subject Sample 03:08

1.847Breath Volume 03:08

0.000Air Blank 03:08

0.081Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:3303/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:19

Martin County SO

THOMAS,CHRISTOPHER

10/05/2017

24515080A2

Martin County SO

THOMAS,CHRISTOPHER,L

HALAJIAN

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.082Control Test 22:56

0.000Air Blank 22:56

# 1 0.061Subject Sample 22:58

2.074Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.057Subject Sample 23:01

1.972Breath Volume 23:01

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:3003/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:21

Martin County SO

YUN,DAVID

10/05/2017

24515080A2

Martin County SO

YUN,DAVID,

GASPAR DOMINGO

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

# 1 0.250Subject Sample 02:54

2.539Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.245Subject Sample 02:57

2.796Breath Volume 02:57

0.000Air Blank 02:58

0.081Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1803/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:12

Boynton Beach PD

WORRELL,JENNIFER

06/26/2016

1518994

Boynton Beach PD

TURCO,CHARLES,

SVEKIS

02/17/2016

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.080Control Test 03:37

0.000Air Blank 03:37

# 1Subject Sample 03:39 Subject Test Refused

0.000Breath Volume 03:39

0.000Air Blank 03:40

0.078Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 03/22/2016 10:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:1403/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:49

16:49

Boynton Beach PD

CASTRO,DENNIS

06/26/2016

1518994

Boynton Beach PD

CASTRO,DENNIS,

MICHAUD

02/17/2016

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:10

0.000Air Blank 17:10

0.078Control Test 17:10

0.000Air Blank 17:11

# 1 0.199Subject Sample 17:14 Volume Not Met

0.019Breath Volume 17:14

0.000Air Blank 17:15

0.000Air Blank 17:16

# 2 0.224Subject Sample 17:19 No .020 agreement

1.179Breath Volume 17:19

0.000Air Blank 17:20

0.000Air Blank 17:22

# 3 0.193Subject Sample 17:24 No .020 agreement

1.390Breath Volume 17:24

0.000Air Blank 17:25

0.075Control Test 17:25

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 03/22/2016 10:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:4603/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:34

16:49

Boynton Beach PD

CASTRO,DENNIS

06/26/2016

1518994

Boynton Beach PD

CASTRO,DENNIS,

MICHAUD

02/17/2016

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 17:57

0.000Air Blank 17:57

0.077Control Test 17:57

0.000Air Blank 17:58

# 1 0.220Subject Sample 18:01 Volume Not Met

0.074Breath Volume 18:01

0.000Air Blank 18:02

0.000Air Blank 18:03

# 2 0.212Subject Sample 18:04

1.363Breath Volume 18:04

0.000Air Blank 18:05

0.000Air Blank 18:07

# 3 0.210Subject Sample 18:10 Volume Not Met

0.492Breath Volume 18:10

0.000Air Blank 18:10

0.075Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 03/22/2016 10:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3903/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:18

Boynton Beach PD

VARGAS,ALFREDO

06/26/2016

1518994

Boynton Beach PD

CASTRO,DENNIS,

WILLINGHAM

02/17/2016

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.079Control Test 23:03

0.000Air Blank 23:03

# 1 0.075Subject Sample 23:04

3.906Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.070Subject Sample 23:07

2.738Breath Volume 23:07

0.000Air Blank 23:07

0.078Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 03/22/2016 10:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:1703/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:29

18:18

Boynton Beach PD

CASTRO,DENNIS

06/26/2016

1518994

Boynton Beach PD

CASTRO,DENNIS,

DEMCHUK

02/17/2016

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:57

0.079Control Test 18:58

0.000Air Blank 18:58

# 1Subject Sample 18:58 Subject Test Refused

0.000Breath Volume 18:58

0.000Air Blank 18:59

0.079Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 03/22/2016 10:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:5603/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:48

Collier County SO

CASTILLA,D

09/05/2017

19615080A4

FHP Troop F

CAMPOLO,JOSHUA,M

GONZALEZ RAMIREZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:14

0.078Control Test 04:14

0.000Air Blank 04:15

# 1 0.202Subject Sample 04:15

3.527Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.201Subject Sample 04:18

3.718Breath Volume 04:18

0.000Air Blank 04:19

0.078Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5703/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:51

Collier County SO

SMITH,RASHAAD

09/05/2017

19615080A4

Collier County SO

SMITH,RASHAAD,A

LOPEZ SURI

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.078Control Test 04:23

0.000Air Blank 04:24

# 1 0.170Subject Sample 04:24

1.546Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.164Subject Sample 04:28

1.261Breath Volume 04:28

0.000Air Blank 04:29

0.077Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:4703/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:30

Collier County SO

AUSTIN,B

09/05/2017

19615080A4

Collier County SO

DECKER,S,

ESTRADA

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.077Control Test 04:35

0.000Air Blank 04:35

# 1 0.177Subject Sample 04:36

2.339Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.173Subject Sample 04:39

2.257Breath Volume 04:39

0.000Air Blank 04:39

0.077Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:0603/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:32

Collier County SO

CHRISTIANSEN,DAVID

06/01/2016

12014080A1

Collier County SO

CHRISTIANSEN,DAVID,M

AUSTIAN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:17

0.000Air Blank 19:18

0.077Control Test 19:18

0.000Air Blank 19:19

# 1 0.168Subject Sample 19:20

2.281Breath Volume 19:20

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.160Subject Sample 19:24

2.554Breath Volume 19:24

0.000Air Blank 19:25

0.077Control Test 19:25

0.000Air Blank 19:25

OKDiagnostics Check 19:26

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1003/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:16

FHP Troop F

ELMORE,D

06/01/2016

12014080A1

FHP Troop F

ELMORE,D,A

CORTES

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.078Control Test 00:36

0.000Air Blank 00:36

# 1 0.157Subject Sample 00:37

2.515Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.150Subject Sample 00:40

2.433Breath Volume 00:40

0.000Air Blank 00:41

0.076Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:1703/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:33

Collier County SO

CATANI,J

06/01/2016

12014080A1

Collier County SO

CATANI,J,V

KARAMO

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.077Control Test 22:37

0.000Air Blank 22:38

# 1 0.096Subject Sample 22:38

3.089Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.095Subject Sample 22:41

3.398Breath Volume 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:2403/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:09

Collier County SO

CATANI,J

06/01/2016

12014080A1

Collier County SO

CATANI,J,V

NUNEZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.078Control Test 03:04

0.000Air Blank 03:04

# 1 0.105Subject Sample 03:04

1.406Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.106Subject Sample 03:07

3.308Breath Volume 03:07

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5403/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:05

Collier County SO

REUTHE,R

06/01/2016

12014080A1

Collier County SO

ROGERS,MATTHEW,L

CRUZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.077Control Test 00:52

0.000Air Blank 00:53

# 1 0.198Subject Sample 00:54

1.308Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.195Subject Sample 00:57

2.023Breath Volume 00:57

0.000Air Blank 00:58

0.077Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:4303/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:31

Collier County SO

DEAR,DALE

06/01/2016

12014080A1

Collier County SO

CURTSINGER,CODY,A

LEANDRE

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.077Control Test 02:10

0.000Air Blank 02:10

# 1 0.173Subject Sample 02:12

1.503Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.169Subject Sample 02:16

1.718Breath Volume 02:16

0.000Air Blank 02:16

0.076Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 04/05/2016 17:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:5503/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:35

Collier County SO

KENNEDY,DANIEL

06/01/2016

12014080A1

Collier County SO

KENNEDY,DANIEL,L

LYNCH

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.077Control Test 02:26

0.000Air Blank 02:27

# 1 0.165Subject Sample 02:27

2.402Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:29

# 2 0.167Subject Sample 02:30

3.257Breath Volume 02:30

0.000Air Blank 02:31

0.078Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1703/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:40

Collier County SO

DRISCOLL,JAMES

06/01/2016

12014080A1

Collier County SO

DRISCOLL,JAMES,P

CRUZ VENTURA

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.077Control Test 02:35

0.000Air Blank 02:36

# 1 0.205Subject Sample 02:38

1.886Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 2 0.212Subject Sample 02:41

1.292Breath Volume 02:41

0.000Air Blank 02:42

0.076Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0603/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:18

Collier County SO

COLLINS,J

06/01/2016

12014080A1

Naples PD

BUONPANE,VINCENT,D

GAUTHIER

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:09

# 1 0.156Subject Sample 03:11

3.261Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.145Subject Sample 03:14

1.722Breath Volume 03:14

0.000Air Blank 03:15

0.076Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:0903/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

20:48

Collier County SO

DEROSA,ANNAMARIE

06/01/2016

12014080A1

Collier County SO

DEROSA,ANNAMARIE,C

HAELTERMAN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.077Control Test 21:55

0.000Air Blank 21:55

# 1 0.100Subject Sample 21:58 Volume Not Met

0.261Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.127Subject Sample 22:04 Volume Not Met

0.871Breath Volume 22:04

0.000Air Blank 22:05

0.076Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:4603/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

20:48

Collier County SO

DEROSA,ANNAMARIE

06/01/2016

12014080A1

Collier County SO

DEROSA,ANNAMARIE,C

HAELTERMAN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.076Control Test 22:15

0.000Air Blank 22:15

# 1 0.118Subject Sample 22:18

1.128Breath Volume 22:18

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.108Subject Sample 22:22

1.207Breath Volume 22:22

0.000Air Blank 22:22

0.075Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:35:5403/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:08

09:15

Collier County SO

SHAKURO,EUGENE

06/01/2016

12014080A1

Collier County SO

SOTO,SAMUEL,

MACDONALD

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:29

0.000Air Blank 10:29

0.077Control Test 10:29

0.000Air Blank 10:30

# 1 0.000Subject Sample 10:31

1.542Breath Volume 10:31

0.000Air Blank 10:32

0.000Air Blank 10:34

# 2 0.000Subject Sample 10:34

1.406Breath Volume 10:34

0.000Air Blank 10:35

0.076Control Test 10:35

0.000Air Blank 10:35

OKDiagnostics Check 10:35

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:5403/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:31

Collier County SO

GALLAGHER,B

06/01/2016

12014080A1

Naples PD

CARRILLO,XAVIER,R

SIZEMORE

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.077Control Test 02:35

0.000Air Blank 02:36

# 1 0.184Subject Sample 02:36

1.578Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.174Subject Sample 02:40

1.457Breath Volume 02:40

0.000Air Blank 02:41

0.077Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4403/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:35

Collier County SO

KENNEDY,DANIEL

06/01/2016

12014080A1

Collier County SO

KENNEDY,DANIEL,L

WRIGHT

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.076Control Test 02:44

0.000Air Blank 02:45

# 1 0.101Subject Sample 02:45

1.230Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.104Subject Sample 02:50

2.582Breath Volume 02:50

0.000Air Blank 02:50

0.077Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:0403/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:45

Collier County SO

SPINA,T

06/01/2016

12014080A1

Collier County SO

PRATT,NICHOLAS,J

KEPKA

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.077Control Test 03:07

0.000Air Blank 03:08

# 1 0.000Subject Sample 03:08

2.296Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.000Subject Sample 03:11

1.656Breath Volume 03:11

0.000Air Blank 03:12

0.076Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:13

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:4103/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:30

Collier County SO

REUTHE,ROBERT

06/01/2016

12014080A1

Collier County SO

SEPANSKI,JEFFREY,W

CORDERO

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.077Control Test 03:52

0.000Air Blank 03:52

# 1 0.194Subject Sample 03:53

2.570Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.197Subject Sample 03:56

2.695Breath Volume 03:56

0.000Air Blank 03:56

0.077Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:2003/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:39

16:06

Collier County SO

DARREN,DANIEL

06/01/2016

12014080A1

Collier County SO

CORNELIUS,TIM,

DUFRESNE

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:59

0.000Air Blank 18:59

0.077Control Test 19:00

0.000Air Blank 19:00

# 1 0.000Subject Sample 19:02

1.101Breath Volume 19:02

0.000Air Blank 19:02

0.000Air Blank 19:04

# 2 0.000Subject Sample 19:05

1.886Breath Volume 19:05

0.000Air Blank 19:06

0.077Control Test 19:06

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5003/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

23:57

Collier County SO

SMITH,RASHAAD

06/01/2016

12014080A1

Collier County SO

SMITH,RASHAAD,A

KLEIN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.078Control Test 00:43

0.000Air Blank 00:44

# 1 0.205Subject Sample 00:44

3.484Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:46

# 2 0.204Subject Sample 00:47

2.902Breath Volume 00:47

0.000Air Blank 00:47

0.077Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:2603/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:13

FHP Troop F

ELMORE,D

06/01/2016

12014080A1

FHP Troop F

ELMORE,DALE,A

WEINHAMMER

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.077Control Test 00:45

0.000Air Blank 00:46

# 1 0.233Subject Sample 00:46

4.648Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.221Subject Sample 00:49

3.582Breath Volume 00:49

0.000Air Blank 00:50

0.077Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:23:0603/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:56

17:30

Collier County SO

DRISCOLL,JAMES

06/01/2016

12014080A1

Collier County SO

DRISCOLL,JAMES,P

ADAMS

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:16

0.000Air Blank 18:16

0.078Control Test 18:17

0.000Air Blank 18:17

# 1 0.181Subject Sample 18:18

3.433Breath Volume 18:18

0.000Air Blank 18:18

0.000Air Blank 18:20

# 2 0.193Subject Sample 18:21

2.187Breath Volume 18:21

0.000Air Blank 18:22

0.077Control Test 18:22

0.000Air Blank 18:23

OKDiagnostics Check 18:23

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:1503/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:52

Collier County SO

STAUFFER,J

06/01/2016

12014080A1

Collier County SO

MENDOZA,URIEL,

GUBISH

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.077Control Test 21:49

0.000Air Blank 21:50

# 1 0.090Subject Sample 21:50

2.238Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.090Subject Sample 21:53

2.257Breath Volume 21:53

0.000Air Blank 21:54

0.078Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:2303/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:30

Collier County SO

SILL,K

06/01/2016

12014080A1

Collier County SO

CARMENT,KERRY,A

HERING

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.078Control Test 21:36

0.000Air Blank 21:37

# 1 0.130Subject Sample 21:38

1.824Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.125Subject Sample 21:40

1.832Breath Volume 21:40

0.000Air Blank 21:41

0.076Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1103/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:32

Collier County SO

GROSSKLAS,D

06/01/2016

12014080A1

Collier County SO

BATSON,MITCHELL,J

SCHWEIKERT

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.077Control Test 01:25

0.000Air Blank 01:26

# 1 0.083Subject Sample 01:26

2.730Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.078Subject Sample 01:29

2.015Breath Volume 01:29

0.000Air Blank 01:30

0.077Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:1603/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

00:40

Naples PD

DOYLE,M

06/01/2016

12014080A1

Naples PD

DOYLE,MATTHEW,

MEJIA RAMIREZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.078Control Test 02:16

0.000Air Blank 02:17

# 1 0.258Subject Sample 02:17

1.574Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.265Subject Sample 02:20

2.175Breath Volume 02:20

0.000Air Blank 02:21

0.077Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:0603/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:33

Collier County SO

NOEL,M

06/01/2016

12014080A1

Collier County SO

ARROLIGA,ALEXANDRA,S

MARTINEZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.078Control Test 20:43

0.000Air Blank 20:44

# 1 0.223Subject Sample 20:45

1.472Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.216Subject Sample 20:48

1.617Breath Volume 20:48

0.000Air Blank 20:49

0.077Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:4903/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:05

Collier County SO

GROENDYK,R

06/01/2016

12014080A1

Collier County SO

GOODMAN,ROBERT,R

SUTTON

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.078Control Test 23:07

0.000Air Blank 23:08

# 1 0.085Subject Sample 23:08

1.691Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.082Subject Sample 23:12

2.414Breath Volume 23:12

0.000Air Blank 23:12

0.079Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:5903/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

21:57

Collier County SO

DEROSA,ANNAMARIE

06/01/2016

12014080A1

Collier County SO

DEROSA,ANNAMARIE,C

WEGER

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.078Control Test 23:11

0.000Air Blank 23:12

# 1 0.149Subject Sample 23:13

1.136Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.160Subject Sample 23:16

2.175Breath Volume 23:16

0.000Air Blank 23:17

0.077Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0003/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

21:58

Collier County SO

CORNELIUS,TIM

06/01/2016

12014080A1

Collier County SO

CORNELIUS,TIM,

EMERY

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.077Control Test 23:11

0.000Air Blank 23:12

# 1 0.204Subject Sample 23:12

1.890Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.194Subject Sample 23:15

1.976Breath Volume 23:15

0.000Air Blank 23:16

0.077Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:5003/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:28

18:45

Collier County SO

REUTHE,R

06/01/2016

12014080A1

Collier County SO

DICARLO,JACOB,T

GUNDECK

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.078Control Test 19:54

0.000Air Blank 19:54

# 1 0.164Subject Sample 19:55

3.023Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:57

# 2 0.165Subject Sample 19:58

1.730Breath Volume 19:58

0.000Air Blank 19:58

0.076Control Test 19:59

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:4903/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

22:58

Collier County SO

MERCADO,D

06/01/2016

12014080A1

Collier County SO

ROGERS,MATTHEW,L

DENNIS

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.077Control Test 00:19

0.000Air Blank 00:19

# 1 0.253Subject Sample 00:20

2.027Breath Volume 00:20

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.239Subject Sample 00:23

1.339Breath Volume 00:23

0.000Air Blank 00:23

0.077Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:2803/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:13

Collier County SO

REYES,SAM

06/01/2016

12014080A1

Collier County SO

CURTSINGER,CODY,A

SALINAS ESPINDOLA

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.077Control Test 00:30

0.000Air Blank 00:31

# 1 0.236Subject Sample 00:31

2.511Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.233Subject Sample 00:35

2.816Breath Volume 00:35

0.000Air Blank 00:36

0.076Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1503/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:26

Collier County SO

SPINA,T

06/01/2016

12014080A1

Collier County SO

PRATT,NICHOLAS,J

OLSON

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.077Control Test 02:35

0.000Air Blank 02:35

# 1 0.128Subject Sample 02:39 Volume Not Met

0.015Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.133Subject Sample 02:44 Volume Not Met

0.031Breath Volume 02:44

0.000Air Blank 02:45

0.076Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:46:5503/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:44

FHP Troop F

ELMORE,D

06/01/2016

12014080A1

FHP Troop F

ELMORE,D,A

LESTER-NAJARIAN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:40

0.000Air Blank 15:41

0.077Control Test 15:41

0.000Air Blank 15:41

# 1 0.275Subject Sample 15:42

2.761Breath Volume 15:42

0.000Air Blank 15:43

0.000Air Blank 15:44

# 2 0.262Subject Sample 15:45

1.804Breath Volume 15:45

0.000Air Blank 15:46

0.076Control Test 15:46

0.000Air Blank 15:46

OKDiagnostics Check 15:46

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:30:3503/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

14:37

FHP Troop F

BENOIT,J

06/01/2016

12014080A1

FHP Troop F

ELMORE,D,A

BAREFOOT

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:20

0.000Air Blank 16:21

0.077Control Test 16:21

0.000Air Blank 16:21

# 1 0.333Subject Sample 16:22

1.957Breath Volume 16:22

0.000Air Blank 16:23

0.000Air Blank 16:24

# 2 0.301Subject Sample 16:25

3.121Breath Volume 16:25

0.000Air Blank 16:26

0.000Air Blank 16:28

# 3 0.309Subject Sample 16:28

3.144Breath Volume 16:28

0.000Air Blank 16:29

0.076Control Test 16:29

0.000Air Blank 16:30

OKDiagnostics Check 16:30

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:3003/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:09

Collier County SO

CLOSE,J

06/01/2016

12014080A1

FHP Troop F

NOEL,Y,

JOHNSON-DAYS

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:42

0.000Air Blank 18:43

0.077Control Test 18:43

0.000Air Blank 18:44

# 1 0.079Subject Sample 18:44

1.410Breath Volume 18:44

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.068Subject Sample 18:50 Volume Not Met

0.335Breath Volume 18:50

0.000Air Blank 18:50

0.000Air Blank 18:52

# 3 0.082Subject Sample 18:52

2.015Breath Volume 18:52

0.000Air Blank 18:53

0.076Control Test 18:53

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3203/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:09

Collier County SO

GROSSKLAS,D

06/01/2016

12014080A1

Collier County SO

CASTILLO,NICKOLAUS,

SCHROEDER

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.077Control Test 23:16

0.000Air Blank 23:17

# 1 0.225Subject Sample 23:17

3.835Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.241Subject Sample 23:20

2.875Breath Volume 23:20

0.000Air Blank 23:21

0.076Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:5403/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

21:30

Collier County SO

CORWIN,J

06/01/2016

12014080A1

Collier County SO

ARROLIGA,ALEXANDRA,S

GJERGJI

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.076Control Test 23:11

0.000Air Blank 23:11

# 1 0.186Subject Sample 23:12

1.328Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.188Subject Sample 23:15

1.785Breath Volume 23:15

0.000Air Blank 23:16

0.077Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:25:5803/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:49

07:09

Collier County SO

GARCIA,JONATHAN

06/01/2016

12014080A1

Naples PD

JEAN,PIERRE,A

GONZALEZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:19

0.000Air Blank 08:19

0.077Control Test 08:20

0.000Air Blank 08:20

# 1 0.206Subject Sample 08:21

1.980Breath Volume 08:21

0.000Air Blank 08:22

0.000Air Blank 08:23

# 2 0.214Subject Sample 08:24

1.597Breath Volume 08:24

0.000Air Blank 08:25

0.077Control Test 08:25

0.000Air Blank 08:25

OKDiagnostics Check 08:25

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:5203/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:39

Collier County SO

KAPLAN,S

06/01/2016

12014080A1

Collier County SO

NOEL,Y,

DOAN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.078Control Test 23:44

0.000Air Blank 23:45

# 1 0.225Subject Sample 23:45

1.378Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2Subject Sample 23:51 No Sample Provided

0.000Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 3 0.221Subject Sample 23:55

1.898Breath Volume 23:55

0.000Air Blank 23:55

0.079Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:1903/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:56

Collier County SO

CARPENTER,CHRISTOPHER

06/01/2016

12014080A1

Collier County SO

CARPENTER,CHRISTOPHER,

BONAWITZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.078Control Test 02:06

0.000Air Blank 02:06

# 1 0.152Subject Sample 02:07

2.730Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:09

# 2 0.154Subject Sample 02:10

2.925Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:5303/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:42

04:43

Collier County SO

TUFF,ALLYN

06/01/2016

12014080A1

Collier County SO

RAVELO,LUIS,A

SHECKELL

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:09

0.000Air Blank 06:10

0.078Control Test 06:10

0.000Air Blank 06:11

# 1 0.000Subject Sample 06:11

2.890Breath Volume 06:11

0.000Air Blank 06:12

0.000Air Blank 06:14

# 2 0.000Subject Sample 06:14

2.234Breath Volume 06:14

0.000Air Blank 06:14

0.078Control Test 06:15

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:4603/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:14

Collier County SO

CHRISTIANSEN,DAVID

06/01/2016

12014080A1

Collier County SO

CHRISTIANSEN,DAVID,M

SHECKELL

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.078Control Test 19:33

0.000Air Blank 19:33

# 1 0.000Subject Sample 19:34

1.910Breath Volume 19:34

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.000Subject Sample 19:37

2.167Breath Volume 19:37

0.000Air Blank 19:37

0.078Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:2903/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

19:51

Collier County SO

COMBS,S.

06/01/2016

12014080A1

Collier County SO

COMBS,SEAN,F

MICHELMAN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.078Control Test 21:52

0.000Air Blank 21:52

# 1 0.176Subject Sample 21:54

1.718Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:56

# 2 0.178Subject Sample 21:58

1.929Breath Volume 21:58

0.000Air Blank 21:59

0.077Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3703/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:12

Collier County SO

PEREZ,M

06/01/2016

12014080A1

Naples PD

BAKER,MATTHEW,R

OBRYAN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.078Control Test 23:58

0.000Air Blank 23:59

# 2 0.211Subject Sample 23:59

2.671Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.202Subject Sample 00:02

2.648Breath Volume 00:02

0.000Air Blank 00:03

0.078Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:2903/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:11

FHP Troop F

ELMORE,D

06/01/2016

12014080A1

FHP Troop F

ELMORE,D,A

LAYTON

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1 0.093Subject Sample 01:17

2.710Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.089Subject Sample 01:20

2.253Breath Volume 01:20

0.000Air Blank 01:21

0.078Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:1503/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:48

Collier County SO

CASTILLA,D

06/01/2016

12014080A1

FHP Troop F

CAMPOLO,JOSHUA,M

GONZALEZ RAMIREZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.078Control Test 04:07

0.000Air Blank 04:08

# 1 0.206Subject Sample 04:08

4.042Breath Volume 04:08

Air Blank 04:09 Improper Sample

0.000Air Blank 04:10

0.078Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5803/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:51

Collier County SO

SMITH,RASHAAD

06/01/2016

12014080A1

Collier County SO

SMITH,RASHAAD,A

LOPEZ SURI

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.072Control Test 04:21 Control Outside Tolerance

0.000Air Blank 04:21

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:0403/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:24

Collier County SO

SILL,KERRY

06/01/2016

12014080A1

Collier County SO

RAVELO,LUIS,A

DONIS

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.077Control Test 04:27

0.000Air Blank 04:28

# 1 0.170Subject Sample 04:28

4.742Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 2 0.159Subject Sample 04:31

3.812Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:33

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:5903/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:08

Collier County SO

TUFF,A

06/01/2016

12014080A1

Collier County SO

VADNEY,MICHELE,M

COOK

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.078Control Test 05:13

0.000Air Blank 05:14

# 1 0.100Subject Sample 05:14

4.121Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.100Subject Sample 05:17

4.429Breath Volume 05:17

0.000Air Blank 05:18

0.078Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:10:4703/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:38

12:54

Collier County SO

FOOTS,D

06/01/2016

12014080A1

Collier County SO

SAINT-FORT,PAUL,W

DE SOUSA

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:02

0.000Air Blank 14:03

0.079Control Test 14:03

0.000Air Blank 14:04

# 1 0.268Subject Sample 14:05

1.632Breath Volume 14:05

0.000Air Blank 14:05

0.000Air Blank 14:07

# 2 0.272Subject Sample 14:09

2.308Breath Volume 14:09

Air Blank 14:10 Purge Fail

0.000Air Blank 14:10

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:4703/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

16:00

Collier County SO

SACKMANN,OFFICER

06/01/2016

12014080A1

FHP Troop F

LAWSON,DEPUTY,J

MCLIN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.078Control Test 18:22

0.000Air Blank 18:23

# 1 0.000Subject Sample 18:23

1.851Breath Volume 18:23

0.000Air Blank 18:23

0.000Air Blank 18:25

# 2 0.000Subject Sample 18:26

3.941Breath Volume 18:26

0.000Air Blank 18:26

0.077Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:2503/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:32

FHP Troop F

ELMORE,D

06/01/2016

12014080A1

FHP Troop F

ELMORE,D,A

DODICK

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

# 1 0.151Subject Sample 01:45

2.808Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.150Subject Sample 01:48

2.917Breath Volume 01:48

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:4503/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:45

Collier County SO

ALLEN,R

06/01/2016

12014080A1

Collier County SO

VECIANA,YASSIEL,A

GARRISON

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.079Control Test 03:09

0.000Air Blank 03:09

# 1 0.037Subject Sample 03:10

1.449Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.033Subject Sample 03:12

2.097Breath Volume 03:12

0.000Air Blank 03:13

0.080Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2003/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

00:24

Collier County SO

MERCADO,DAVID

06/01/2016

12014080A1

Collier County SO

BIBEY,AMANDA,L

BIDDLE

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

# 1 0.129Subject Sample 01:57

1.242Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 01:59

# 2 0.127Subject Sample 02:01

1.296Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:3103/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:26

FHP Troop F

ELMORE,D

09/05/2017

19615080A4

FHP Troop F

ELMORE,D,A

UMEH

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.127Subject Sample 01:18

1.265Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.123Subject Sample 01:22

2.835Breath Volume 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001202CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:3203/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:02

FHP Troop F

ELMORE,D

09/05/2017

19615080A4

FHP Troop F

ELMORE,D,A

LOFARO

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.047Subject Sample 01:23

2.832Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.045Subject Sample 01:26

3.019Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 04/05/2016 15:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:26:5303/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:55

Panama City PD

ALLYN,WILLIAM

06/02/2017

1686772

Panama City PD

ALLYN,WILLIAM,P

MATTOX

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:20

0.000Air Blank 06:20

0.079Control Test 06:21

0.000Air Blank 06:21

# 1 0.000Subject Sample 06:22

2.367Breath Volume 06:22

0.000Air Blank 06:22

0.000Air Blank 06:24

# 2 0.000Subject Sample 06:25

2.652Breath Volume 06:25

0.000Air Blank 06:25

0.078Control Test 06:26

0.000Air Blank 06:26

OKDiagnostics Check 06:26

Data Download Date/Time: 03/14/2016 13:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:5503/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:35

Panama City PD

ABRAHAM,ERIC

06/02/2017

1686772

Panama City PD

ABRAHAM,ERIC,D

CARTE

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:58

# 1Subject Sample 23:58 Subject Test Refused

0.000Breath Volume 23:58

0.000Air Blank 23:59

0.078Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 04/28/2016 16:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0803/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:12

Panama City PD

ABRAHAM,ERIC

06/02/2017

1686772

Panama City PD

ABRAHAM,ERIC,D

KIEFER

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.077Control Test 00:37

0.000Air Blank 00:38

# 1 0.285Subject Sample 00:41 Volume Not Met

0.410Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.314Subject Sample 00:45

1.382Breath Volume 00:45

0.000Air Blank 00:45

0.000Air Blank 00:47

# 3 0.296Subject Sample 00:49

1.292Breath Volume 00:49

0.000Air Blank 00:50

0.075Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 04/28/2016 16:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5203/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:58

Panama City PD

ABRAHAM,ERIC

06/02/2017

1686772

Panama City PD

ABRAHAM,ERIC,D

CARSON

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.077Control Test 02:19

0.000Air Blank 02:19

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:22

0.077Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:1303/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:35

Panama City PD

ABRAHAM,ERIC

06/02/2017

1686772

Panama City PD

ABRAHAM,ERIC,D

ANASTASI

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.079Control Test 23:10

0.000Air Blank 23:10

# 1Subject Sample 23:11 Subject Test Refused

0.000Breath Volume 23:11

0.000Air Blank 23:12

0.078Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1503/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:47

Panama City PD

ALLYN,WILLIAM

06/02/2017

1686772

Panama City PD

ALLYN,WILLIAM,P

MORRIS

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1 0.202Subject Sample 01:17

4.472Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.189Subject Sample 01:20

4.894Breath Volume 01:20

0.000Air Blank 01:21

0.072Control Test 01:21 Control Outside Tolerance

0.000Air Blank 01:22

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:4903/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:54

Panama City PD

ALLYN,WILLIAM

06/02/2017

1686772

Panama City PD

ALLYN,WILLIAM,P

JORDAN

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.078Control Test 21:30

0.000Air Blank 21:31

# 1 0.000Subject Sample 21:32

1.769Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.000Subject Sample 21:35

1.324Breath Volume 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:3703/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:21

Panama City PD

ABRAHAM,ERIC

06/02/2017

1686772

Panama City PD

ABRAHAM,ERIC,D

ROSE

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:44

# 1Subject Sample 00:46 Subject Test Refused

0.000Breath Volume 00:46

0.000Air Blank 00:46

0.078Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:0003/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

20:28

Panama City PD

SHAW,KRISTAIN

06/02/2017

1686772

Panama City PD

HICKS,JARED,D

FRAGA

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.079Control Test 21:14

0.000Air Blank 21:14

# 1 0.211Subject Sample 21:15

2.515Breath Volume 21:15

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.190Subject Sample 21:18

3.656Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:20

# 3 0.213Subject Sample 21:21

3.113Breath Volume 21:21

0.000Air Blank 21:22

0.071Control Test 21:22 Control Outside Tolerance

0.000Air Blank 21:23

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:2703/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

20:28

Panama City PD

SHAW,KRISTAIN

06/02/2017

1686772

Panama City PD

HICKS,JARED,D

FRAGA

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.074Control Test 21:27 Control Outside Tolerance

0.000Air Blank 21:28

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1103/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:52

Panama City PD

SOUTH,DAMIAN

06/02/2017

1686772

Panama City PD

SOUTH,DAMIAN,W

APPLEWHITE

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

0.000Air Blank 03:32

# 1 0.162Subject Sample 03:34

2.566Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.165Subject Sample 03:37

2.132Breath Volume 03:37

0.000Air Blank 03:38

0.077Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1303/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:34

Panama City PD

ALLYN,WILLIAM

06/02/2017

1686772

Panama City PD

ALLYN,WILLIAM,P

CARVER

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.078Control Test 23:36

0.000Air Blank 23:37

# 1 0.150Subject Sample 23:37

2.718Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:39

# 2 0.161Subject Sample 23:40

2.003Breath Volume 23:40

0.000Air Blank 23:41

0.077Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001205CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4803/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:10

NAS Pensacola

MOORE,WILLIAM

04/05/2017

07515080A4

NAS Pensacola

GUNNER,LEONARD,A

JACKSON

02/28/2016

8100.27

NAS PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.078Control Test 01:20

0.000Air Blank 01:21

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:21

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 03/29/2016 23:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:4103/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:15

Lee County SO

TESTER,T

02/05/2017

36314080A3

Lee County SO

CLAFLIN,DAVID,S

TESTEE

02/17/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:13

0.077Control Test 20:14

0.000Air Blank 20:14

# 1 0.000Subject Sample 20:15

2.480Breath Volume 20:15

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.000Subject Sample 20:18

2.035Breath Volume 20:18

0.000Air Blank 20:18

0.077Control Test 20:19

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 03/09/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:02:2803/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:30

10:15

Tyndall AFB PD

PEREZ,TONY

08/05/2016

19014080A3

Tyndall AFB PD

PEREZ,TONY,D

JOHNSON

02/26/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:00

0.000Air Blank 11:01

0.080Control Test 11:01

Air Blank 11:02 RFI Detect

0.000Air Blank 11:02

Data Download Date/Time: 03/28/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:11:2203/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:30

10:15

Tyndall AFB PD

PEREZ,TONY

08/05/2016

19014080A3

Tyndall AFB PD

PEREZ,TONY,D

JOHNSON

02/26/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:04

0.000Air Blank 11:05

0.081Control Test 11:05

0.000Air Blank 11:06

# 1 0.097Subject Sample 11:06

2.351Breath Volume 11:06

0.000Air Blank 11:07

0.000Air Blank 11:09

# 2 0.094Subject Sample 11:09

2.058Breath Volume 11:09

0.000Air Blank 11:10

0.079Control Test 11:10

0.000Air Blank 11:11

OKDiagnostics Check 11:11

Data Download Date/Time: 03/28/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:1003/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:14

Tyndall AFB PD

SWENSON,NATHANIEL

08/05/2016

050

Tyndall AFB PD

WAGNER,NATHAN,N

VELDMAN

02/26/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.080Control Test 22:42

0.000Air Blank 22:42

# 1 0.080Subject Sample 22:43

1.339Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.074Subject Sample 22:46

1.152Breath Volume 22:46

0.000Air Blank 22:47

0.078Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 03/28/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1903/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:10

Tyndall AFB PD

GIRALDO,EDWIN

08/05/2016

050

Tyndall AFB PD

WAGNER,NATHAN,N

SANDERS

02/26/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.079Control Test 23:42

0.000Air Blank 23:42

# 1 0.084Subject Sample 23:43

1.570Breath Volume 23:43

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.083Subject Sample 23:46

1.144Breath Volume 23:46

0.000Air Blank 23:47

0.079Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 03/28/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:1103/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:52

05:32

Tyndall AFB PD

SWENSON,NATHANIEL

09/01/2014

036

Tyndall AFB PD

BLAUZDIS,CHELSEA,L

BELL JR

02/26/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.077Control Test 06:13

0.000Air Blank 06:13

# 1 0.118Subject Sample 06:17 Volume Not Met

0.054Breath Volume 06:17

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2 0.109Subject Sample 06:19

1.597Breath Volume 06:19

0.000Air Blank 06:20

0.000Air Blank 06:22

# 3 0.097Subject Sample 06:25 Volume Not Met

0.972Breath Volume 06:25

0.000Air Blank 06:26

0.078Control Test 06:26

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 03/28/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:39:0903/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:52

05:30

Tyndall AFB PD

SWENSON,NATHANIEL

09/01/2014

036

Tyndall AFB PD

BLAUZDIS,CHELSEA,L

BELL

02/26/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:30

0.078Control Test 06:31

0.000Air Blank 06:31

# 1 0.110Subject Sample 06:34

2.222Breath Volume 06:34

0.000Air Blank 06:35

0.000Air Blank 06:37

# 2 0.098Subject Sample 06:37

1.207Breath Volume 06:37

0.000Air Blank 06:38

0.079Control Test 06:38

0.000Air Blank 06:39

OKDiagnostics Check 06:39

Data Download Date/Time: 03/28/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:0503/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:27

West Palm Beach PD

DILLARD,DANIEL

10/13/2017

1752856

West Palm Beach PD

SECORD,RYAN,T

HERNANDEZ

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.080Control Test 20:36

0.000Air Blank 20:37

# 1Subject Sample 20:37 Subject Test Refused

0.000Breath Volume 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:38

OKDiagnostics Check 20:39

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:2603/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:45

West Palm Beach PD

DONDE,J

10/13/2017

1752856

West Palm Beach PD

DONDE,J,

MARTINEZ

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.079Control Test 21:39

0.000Air Blank 21:40

# 1Subject Sample 21:43 No Sample Provided

0.000Breath Volume 21:43

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2Subject Sample 21:49 No Sample Provided

0.000Breath Volume 21:49

0.000Air Blank 21:49

0.079Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:2903/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:45

West Palm Beach PD

DONDE,J

10/13/2017

1752856

West Palm Beach PD

DONDE,J,

MARTINEZ

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.078Control Test 22:14

0.000Air Blank 22:14

# 1 0.174Subject Sample 22:15

1.753Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2Subject Sample 22:19 Subject Test Refused

0.648Breath Volume 22:19

0.000Air Blank 22:20

0.078Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:4603/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:24

West Palm Beach PD

SECORD,RYAN

10/13/2017

1752856

West Palm Beach PD

SECORD,RYAN,T

MAZARIEGOS-ORTIZ

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:02

0.000Air Blank 18:03

0.080Control Test 18:03

0.000Air Blank 18:04

# 1Subject Sample 18:04 Subject Test Refused

0.000Breath Volume 18:04

0.000Air Blank 18:04

0.080Control Test 18:05

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:4103/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:33

West Palm Beach PD

DONDE,J

10/13/2017

1752856

West Palm Beach PD

DONDE,J,

PRIEST

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.079Control Test 21:39

0.000Air Blank 21:39

# 1 0.232Subject Sample 21:41

3.492Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.216Subject Sample 21:45

1.472Breath Volume 21:45

0.000Air Blank 21:45

0.079Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1003/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:59

West Palm Beach PD

DILLARD,D

10/13/2017

1752856

West Palm Beach PD

DONDE,J,

SCHICHLER

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.080Control Test 21:59

0.000Air Blank 21:59

# 1Subject Sample 22:02 No Sample Provided

0.000Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.196Subject Sample 22:07

1.617Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 3 0.179Subject Sample 22:10

1.300Breath Volume 22:10

0.000Air Blank 22:11

0.078Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1303/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:58

West Palm Beach PD

DONDE,J

10/13/2017

1752856

West Palm Beach PD

DONDE,J,

BARRIENTOS

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.079Control Test 00:46

0.000Air Blank 00:46

# 1Subject Sample 00:47 Subject Test Refused

0.000Breath Volume 00:47

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:0403/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:07

West Palm Beach PD

ANNESE,MORRIS

10/13/2017

1752856

West Palm Beach PD

ANNESE,MORRIS,J

MACDONALD

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.080Control Test 05:01

0.000Air Blank 05:01

# 1Subject Sample 05:01 Subject Test Refused

0.000Breath Volume 05:01

0.000Air Blank 05:02

0.080Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:03

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:4503/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:01

West Palm Beach PD

DONDE,J

10/13/2017

1752856

West Palm Beach PD

DONDE,J,

PROCTOR

02/27/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

# 1 0.163Subject Sample 01:30 Volume Not Met

0.164Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.169Subject Sample 01:35

1.433Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 3 0.162Subject Sample 01:41

2.281Breath Volume 01:41

0.000Air Blank 01:41

0.078Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 03/30/2016 12:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3903/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:30

Polk County SO

CHURCH,JOHN

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

DAVENPORT

02/05/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.080Control Test 03:58

0.000Air Blank 03:58

# 1 0.000Subject Sample 03:59

2.667Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.000Subject Sample 04:02

3.230Breath Volume 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 03/04/2016 10:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:5303/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:31

Polk County SO

BROWN,DAVID

05/01/2016

07014080A2

Lakeland PD

PHILLIPS,JORDAN,W

JONES

02/05/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.080Control Test 22:35

0.000Air Blank 22:35

# 1 0.090Subject Sample 22:36

3.078Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.090Subject Sample 22:39

2.816Breath Volume 22:39

0.000Air Blank 22:39

0.079Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 03/04/2016 10:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3903/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

19:55

Polk County SO

SKINNER,JAMES

05/01/2016

07014080A2

Auburndale PD

WILLIAMS,JOSEPH,W

MCCASLIN

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 04/04/2016 13:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:1603/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:44

Polk County SO

MELTZER,CHRISTOPHER

05/01/2016

07014080A2

Polk County SO

MELTZER,CHRISTOPHER,J

WITHERINGTON

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

# 1Subject Sample 22:45 No Sample Provided

0.000Breath Volume 22:45

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2Subject Sample 22:50 No Sample Provided

0.000Breath Volume 22:50

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:5603/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:13

Polk County SO

BROOME,DEAONTE

05/01/2016

07014080A2

Bartow PD

SWENSON,CALEB,P

ORTEGA

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:14

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2003/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:41

FHP Troop C

BROOKS,CHRISTOPHER

05/01/2016

07014080A2

FHP Troop C

BROOKS,CHRISTOPHER,M

HARRIS

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

Air Blank 04:52 Ambient Fail

0.000Air Blank 04:53

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:5203/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:41

FHP Troop C

BROOKS,CHRISTOPHER

05/01/2016

07014080A2

FHP Troop C

BROOKS,CHRISTOPHER,M

HARRIS

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.079Control Test 04:55

0.000Air Blank 04:56

# 1 0.072Subject Sample 04:56

2.800Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.069Subject Sample 04:59

3.148Breath Volume 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5403/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:27

Polk County SO

BRACKLEY,RON

05/01/2016

07014080A2

Polk County SO

MELTZER,CHRISTOPHER,J

BALDWIN

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.078Control Test 03:16

0.000Air Blank 03:16

# 1 0.164Subject Sample 03:19

2.246Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.139Subject Sample 03:25 Volume Not Met

0.027Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 3 0.148Subject Sample 03:29

1.527Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:5503/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:12

Polk County SO

CHURCH,JOHN

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

HENRY

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:17

# 1 0.251Subject Sample 01:18

2.511Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.254Subject Sample 01:21

2.808Breath Volume 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:2903/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

21:03

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

MCWHORTER

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

# 1 0.167Subject Sample 22:08

1.789Breath Volume 22:08

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.175Subject Sample 22:10

1.421Breath Volume 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:0503/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:58

Polk County SO

RIVERA,ANGELO

05/01/2016

07014080A2

Polk County SO

RIVERA,ANGELO,L

TEMOXTLE

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.079Control Test 21:55

0.000Air Blank 21:55

# 1 0.226Subject Sample 21:56

1.945Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.212Subject Sample 21:59

1.539Breath Volume 21:59

0.000Air Blank 22:00

0.079Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:3703/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:55

Polk County SO

GAY,MICHAEL

05/01/2016

07014080A2

Polk County SO

RIVERA,ANGELO,L

ADAMITIS

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.079Control Test 22:13

0.000Air Blank 22:13

# 1Subject Sample 22:16 No Sample Provided

0.000Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2Subject Sample 22:22 No Sample Provided

0.000Breath Volume 22:22

0.000Air Blank 22:22

0.080Control Test 22:23

Air Blank 22:23 RFI Detect

Air Blank 22:23 RFI Detect

Data Download Date/Time: 04/04/2016 13:18

11 June 2018

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:3903/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

11:15

FHP Troop C

GUABA,JASON

05/01/2016

07014080A2

FHP Troop C

GUABA,JASON,T

VARGAS

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.079Control Test 00:07

0.000Air Blank 00:08

# 1 0.175Subject Sample 00:09

1.437Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:11

# 2 0.176Subject Sample 00:12

1.375Breath Volume 00:12

0.000Air Blank 00:12

0.078Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:0603/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

01:08

Polk County SO

WARREN,BILLY

05/01/2016

07014080A2

Polk County SO

WARREN,BILLY,J

MCCALL

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:53

# 1Subject Sample 03:56 No Sample Provided

0.000Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2Subject Sample 04:01 No Sample Provided

0.000Breath Volume 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:5603/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:39

Polk County SO

KENNON,MIKE

05/01/2016

07014080A2

Polk County SO

PRINCE,CHARLTON,D

ALEXANDER

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:37

0.079Control Test 05:37

0.000Air Blank 05:37

# 1 0.221Subject Sample 05:38

1.992Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:40

# 2 0.213Subject Sample 05:41

3.515Breath Volume 05:41

0.000Air Blank 05:42

0.079Control Test 05:42

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0703/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:18

Polk County SO

HEWETT,MICHAEL

05/01/2016

07014080A2

Polk County SO

JUDAH,PATTY,A

ANGER

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1Subject Sample 02:24 No Sample Provided

0.000Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2Subject Sample 02:29 No Sample Provided

0.000Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:3103/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:11

Polk County SO

MELTZER,CHRISTOPHER

05/01/2016

07014080A2

Polk County SO

MELTZER,CHRISTOPHER,J

ACEVEDO

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:03

# 1 0.129Subject Sample 05:04

1.691Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.138Subject Sample 05:07

1.683Breath Volume 05:07

0.000Air Blank 05:07

0.079Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:5703/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:12

Polk County SO

CARRIER,JAMES

05/01/2016

07014080A2

Polk County SO

CARRIER,JAMES,D

SINCLAIR

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:15

# 1Subject Sample 03:18 No Sample Provided

0.000Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2Subject Sample 03:24 No Sample Provided

0.000Breath Volume 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:34:1603/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:58

07:46

Polk County SO

RHODEN,MATTHEW

05/01/2016

07014080A2

Lake Wales PD

SWENSON,CALEB,P

LOPEZ

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:28

0.000Air Blank 11:28

0.079Control Test 11:28

0.000Air Blank 11:29

# 1 0.101Subject Sample 11:29

2.164Breath Volume 11:29

0.000Air Blank 11:30

0.000Air Blank 11:32

# 2 0.100Subject Sample 11:32

2.039Breath Volume 11:32

0.000Air Blank 11:33

0.079Control Test 11:33

0.000Air Blank 11:34

OKDiagnostics Check 11:34

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3603/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:28

Polk County SO

SINCLAIR,CAMERON

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

HAMILTON

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

# 1 0.142Subject Sample 04:09

2.578Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.146Subject Sample 04:12

2.269Breath Volume 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5803/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:18

Polk County SO

MELTZER,CHRISTOPHER

05/01/2016

07014080A2

Polk County SO

MELTZER,CHRISTOPHER,J

MILLA-MARTINEZ

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1 0.197Subject Sample 02:46

1.460Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.199Subject Sample 02:49

2.429Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:3403/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:34

Polk County SO

RIVERA,ANGELO

05/01/2016

07014080A2

Polk County SO

RIVERA,ANGELO,L

HOSSAIN

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.080Control Test 05:30

0.000Air Blank 05:31

# 1Subject Sample 05:34 No Sample Provided

0.000Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2Subject Sample 05:40 No Sample Provided

0.000Breath Volume 05:40

0.000Air Blank 05:40

0.080Control Test 05:40

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:2503/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:31

Polk County SO

SINCLAIR,CAMERON

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

HALL JR

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:15

# 1 0.174Subject Sample 22:15

2.500Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.170Subject Sample 22:18

3.113Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3103/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:32

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

GRABLE

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:32

# 1 0.159Subject Sample 03:33

1.226Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.150Subject Sample 03:37

1.472Breath Volume 03:37

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:2603/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:03

Polk County SO

HEWETT,MICHAEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

BORIE

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

# 1 0.138Subject Sample 04:05

4.250Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.143Subject Sample 04:08

1.734Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:5203/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

21:48

Polk County SO

HURST,DAVID

05/01/2016

07014080A2

OTHER Local

PHILLIPS,JORDAN,W

SALMERON

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

# 1 0.137Subject Sample 23:19

4.027Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.131Subject Sample 23:22

4.015Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:0603/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:45

Polk County SO

WARREN,BILLY

05/01/2016

07014080A2

Polk County SO

WARREN,BILLY,J

HERNANDEZ-MOSCOSO

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

# 1 0.198Subject Sample 23:34

1.191Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.183Subject Sample 23:37

1.718Breath Volume 23:37

0.000Air Blank 23:38

0.078Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1703/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

01:40

Polk County SO

WARREN,BILLY

05/01/2016

07014080A2

Polk County SO

WARREN,BILLY,J

PEREYDA-SALGADO

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:27

# 1 0.178Subject Sample 03:29

2.277Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:31

# 2 0.170Subject Sample 03:32

1.285Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:0003/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:38

Polk County SO

CARRIER,JAMES

05/01/2016

07014080A2

Polk County SO

CARRIER,JAMES,D

LIBERTI

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:29

# 1Subject Sample 22:33 No Sample Provided

0.000Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2Subject Sample 22:38 No Sample Provided

0.000Breath Volume 22:38

0.000Air Blank 22:39

0.080Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:40

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:5203/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:01

Polk County SO

WARREN,BILLY

05/01/2016

07014080A2

Polk County SO

WARREN,BILLY,J

NAPIWOCKI

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:55

# 1 0.133Subject Sample 22:59 Volume Not Met

0.335Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.133Subject Sample 23:02

1.554Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 3 0.136Subject Sample 23:07

2.003Breath Volume 23:07

0.000Air Blank 23:07

0.080Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2603/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:35

Polk County SO

CARRIER,JAMES

05/01/2016

07014080A2

Polk County SO

CARRIER,JAMES,D

FUJARTE

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:39

# 1 0.162Subject Sample 23:42 Volume Not Met

0.035Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:44

# 2 0.160Subject Sample 23:47 Volume Not Met

0.203Breath Volume 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:1903/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:35

Polk County SO

CARRIER,JAMES

05/01/2016

07014080A2

Polk County SO

CARRIER,JAMES,D

FUJARTE

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:56

# 2 0.187Subject Sample 23:59 Volume Not Met

0.054Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.189Subject Sample 00:04 Volume Not Met

0.015Breath Volume 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2103/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:20

Polk County SO

CHURCH,JOHN

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

KAUFFMAN

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.179Subject Sample 03:09

2.781Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.184Subject Sample 03:12

2.753Breath Volume 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0003/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:52

Lakeland PD

CARVER,SHAUN

05/01/2016

07014080A2

Lakeland PD

KELLNER,MICHAEL,A

ROBINSON

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

# 1 0.074Subject Sample 04:11

1.765Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.069Subject Sample 04:14

1.554Breath Volume 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:16

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:06:3903/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:35

14:33

Tavares PD

BLESSING,JARED

11/05/2017

1766638

Tavares PD

BLESSING,JARED,A

PARKER

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:59

0.000Air Blank 14:59

0.080Control Test 14:59

0.000Air Blank 15:00

# 1 0.194Subject Sample 15:01

1.527Breath Volume 15:01

0.000Air Blank 15:02

0.000Air Blank 15:04

# 2 0.204Subject Sample 15:05

2.968Breath Volume 15:05

0.000Air Blank 15:05

0.077Control Test 15:06

0.000Air Blank 15:06

OKDiagnostics Check 15:06

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:0003/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:49

18:49

Tavares PD

ROBERTS,DOUG

11/05/2017

1766638

Tavares PD

ROBERTS,DOUG,J

TALLEY

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.081Control Test 19:31

0.000Air Blank 19:32

# 1Subject Sample 19:32 Subject Test Refused

0.000Breath Volume 19:32

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:33

OKDiagnostics Check 19:34

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2303/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

02:50

FHP Troop D

LOPEZ,ARNALDO

11/05/2017

1766638

FHP Troop D

LOPEZ,ARNALDO,J

JONES

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

# 1Subject Sample 04:18 RFI Detect

0.000Breath Volume 04:18

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5503/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

21:00

Fruitland Park PD

RAINS,HENRY

11/05/2017

1766638

Fruitland Park PD

RAINS,HENRY,E

ROBERTS

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.079Control Test 21:52

Air Blank 21:53 Purge Fail

0.000Air Blank 21:53

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:4203/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

21:00

Fruitland Park PD

RAINS,HENRY

11/05/2017

1766638

Fruitland Park PD

RAINS,HENRY,E

ROBERTS

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.078Control Test 21:59

0.000Air Blank 22:00

# 1 0.097Subject Sample 22:02

3.675Breath Volume 22:02

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.100Subject Sample 22:05

3.394Breath Volume 22:05

0.000Air Blank 22:05

0.078Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:4803/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:38

Eustis PD

BURCH,MICHAEL

11/05/2017

1766638

Eustis PD

BURCH,MICHAEL,P

WALKER BARNARD

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:27

0.079Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2103/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

00:56

Umatilla PD

SEELEY,DAVID

11/05/2017

1766638

Umatilla PD

SEELEY,DAVID,A

BORKOVETZ

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1Subject Sample 03:52 Subject Test Refused

0.539Breath Volume 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:0803/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

15:15

FHP Troop D

RODRIGUEZ,EDWIN

11/05/2017

1766638

FHP Troop D

RODRIGUEZ,EDWIN,

DINDIYAL

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:53

0.080Control Test 18:53

0.000Air Blank 18:54

# 1 0.205Subject Sample 18:54

2.390Breath Volume 18:54

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.209Subject Sample 18:57

2.691Breath Volume 18:57

0.000Air Blank 18:58

0.080Control Test 18:58

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:56:4903/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

07:02

FHP Troop K

PEREZ,JUAN

11/05/2017

1766638

FHP Troop K

PEREZ,JUAN,C

ROACH

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:50

0.000Air Blank 08:50

0.080Control Test 08:50

0.000Air Blank 08:51

# 1 0.141Subject Sample 08:52

5.156Breath Volume 08:52

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.136Subject Sample 08:55

5.054Breath Volume 08:55

0.000Air Blank 08:55

0.078Control Test 08:56

0.000Air Blank 08:56

OKDiagnostics Check 08:56

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5103/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:51

Astatula PD

GOEHRING,JONATHAN

11/05/2017

1766638

Lake County SO

DENTON,AMY,B

SOUTH

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.160Subject Sample 03:39

2.585Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.164Subject Sample 03:42

2.179Breath Volume 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 03/31/2016 14:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:0103/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:05

Astatula PD

GOEHRING,JONATHAN

11/05/2017

1766638

Lake County SO

DENTON,AMY,B

FOGARTY

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:43

# 1Subject Sample 01:44 Slope Not Met

1.351Breath Volume 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:46

Data Download Date/Time: 03/31/2016 14:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2503/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:05

Astatula PD

GOEHRING,JONATHAN

11/05/2017

1766638

Lake County SO

DENTON,AMY,B

FOGARTY

02/25/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

# 1 0.335Subject Sample 02:07

2.062Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.328Subject Sample 02:10

1.531Breath Volume 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 03/31/2016 14:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:3103/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:44

Daytona Beach Shores

WYMAN,TREVOR

05/01/2016

07014080A2

Daytona Beach Shores

FRANK,WILLIAM,M

ALLEN

02/29/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

Air Blank 05:12 Sequence Aborted

0.000Air Blank 05:12

Data Download Date/Time: 03/18/2016 02:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:3903/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:44

Daytona Beach Shores

WYMAN,TREVOR

05/01/2016

07014080A2

Daytona Beach Shores

FRANK,WILLIAM,M

ALLEN

02/29/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.079Control Test 05:34

0.000Air Blank 05:35

# 1 0.156Subject Sample 05:36

3.582Breath Volume 05:36

0.000Air Blank 05:36

0.000Air Blank 05:38

# 2 0.155Subject Sample 05:39

3.214Breath Volume 05:39

0.000Air Blank 05:39

0.079Control Test 05:40

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 03/18/2016 02:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5103/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:08

Daytona Beach Shores

SCHOENBROD,MICHAEL

05/01/2016

07014080A2

Daytona Beach Shores

CASTELLANO,VINCENT,J

BELLINO

02/29/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1 0.153Subject Sample 00:51 Volume Not Met

0.105Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.187Subject Sample 00:57

1.406Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 3 0.182Subject Sample 01:01

1.445Breath Volume 01:01

0.000Air Blank 01:01

0.078Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 03/18/2016 02:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:48:3403/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:15

12:04

Daytona Beach Shores

WILMOT,MEEGAN

05/01/2016

07014080A2

Daytona Beach Shores

WILMOT,MEEGAN,N

JERNIGAN

02/29/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:39

0.000Air Blank 12:39

0.079Control Test 12:40

0.000Air Blank 12:40

# 1 0.000Subject Sample 12:41

1.132Breath Volume 12:41

0.000Air Blank 12:42

0.000Air Blank 12:44

# 2 0.000Subject Sample 12:47

1.167Breath Volume 12:47

0.000Air Blank 12:47

0.079Control Test 12:47

0.000Air Blank 12:48

OKDiagnostics Check 12:48

Data Download Date/Time: 03/18/2016 02:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3403/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:16

Daytona Beach Shores

BURICK,P

05/01/2016

07014080A2

Daytona Beach Shores

RADEMACHER,RICHARD',J

KOVACH

03/18/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:09

# 1 0.151Subject Sample 03:11

1.214Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.155Subject Sample 03:16

1.312Breath Volume 03:16

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 04/26/2016 03:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:5203/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

17:23

New Smyrna Beach PD

HANSEN,AARON

01/14/2018

1789170

New Smyrna Beach PD

GINTZ,BRIAN,W

RAMSEY

02/11/2016

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.075Control Test 19:34

0.000Air Blank 19:34

# 1Subject Sample 19:35 Interferent Detect

3.433Breath Volume 19:35

0.000Air Blank 19:35

0.076Control Test 19:36

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 03/21/2016 01:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:5203/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:24

New Smyrna Beach PD

WETHERELL,TYLER

01/14/2018

1789170

Edgewater PD

KIRKLAND,RICHARD,E

RAY

03/21/2016

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.076Control Test 20:26

0.000Air Blank 20:26

# 1 0.263Subject Sample 20:27

1.660Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:29

# 2 0.259Subject Sample 20:30

1.593Breath Volume 20:30

0.000Air Blank 20:30

0.078Control Test 20:31

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 04/21/2016 04:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:2703/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:23

Port Orange PD

RAGON,MAIRA

03/26/2018

1836890

Port Orange PD

MATTHEWS,TRAVEN,F

STUART

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:11

# 1 0.214Subject Sample 05:13

1.644Breath Volume 05:13

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.212Subject Sample 05:16

1.867Breath Volume 05:16

0.000Air Blank 05:17

0.081Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:3603/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:05

Port Orange PD

SCARSELLA,JERAMY

03/26/2018

1836890

South Daytona PD

SCACCIA,CHRISTOPHER,L

STUTHARD

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.082Control Test 22:55

0.000Air Blank 22:55

# 1 0.060Subject Sample 22:56

3.593Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.058Subject Sample 22:59

3.710Breath Volume 22:59

0.000Air Blank 22:59

0.081Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:16:3403/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:49

11:56

Port Orange PD

JEAN,WAYNE

03/26/2018

1836890

Port Orange PD

RAINES,CHRISTOPHER,G

PRUGAR

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:10

0.000Air Blank 13:10

0.081Control Test 13:10

0.000Air Blank 13:11

# 1 0.228Subject Sample 13:11

2.488Breath Volume 13:11

0.000Air Blank 13:12

0.000Air Blank 13:14

# 2 0.220Subject Sample 13:15

2.347Breath Volume 13:15

0.000Air Blank 13:15

0.081Control Test 13:15

0.000Air Blank 13:16

OKDiagnostics Check 13:16

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:3603/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:13

Port Orange PD

SANTANA,JOHN

03/26/2018

1836890

Port Orange PD

RAINES,CHRISTOPHER,G

COFFEY

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:56

0.000Air Blank 18:56

0.081Control Test 18:56

0.000Air Blank 18:57

# 1 0.150Subject Sample 18:57

1.925Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.155Subject Sample 19:01

1.980Breath Volume 19:01

0.000Air Blank 19:01

0.081Control Test 19:02

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:06:4403/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:00

00:00

Port Orange PD

N/A,N/A

03/26/2018

1836890

Port Orange PD

HARRISON,WILLIAM,C

DUBRULE

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:00

0.000Air Blank 11:01

0.081Control Test 11:01

0.000Air Blank 11:01

# 1 0.000Subject Sample 11:02

3.722Breath Volume 11:02

0.000Air Blank 11:02

0.000Air Blank 11:04

# 2 0.000Subject Sample 11:05

3.742Breath Volume 11:05

0.000Air Blank 11:05

0.081Control Test 11:06

0.000Air Blank 11:06

OKDiagnostics Check 11:06

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:26:2603/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:30

00:00

Port Orange PD

N/A,N/A

03/26/2018

1836890

Port Orange PD

HARRISON,WILLIAM,C

BIVENS

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:20

0.000Air Blank 11:20

0.081Control Test 11:20

0.000Air Blank 11:21

# 1 0.000Subject Sample 11:22

2.328Breath Volume 11:22

0.000Air Blank 11:22

0.000Air Blank 11:24

# 2 0.000Subject Sample 11:25

2.406Breath Volume 11:25

0.000Air Blank 11:25

0.081Control Test 11:25

0.000Air Blank 11:26

OKDiagnostics Check 11:26

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:42:4903/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:00

00:00

Port Orange PD

N/A,N/A

03/26/2018

1836890

Port Orange PD

HARRISON,WILLIAM,C

MOORE

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:36

0.000Air Blank 10:37

0.082Control Test 10:37

0.000Air Blank 10:38

# 1 0.000Subject Sample 10:38

2.949Breath Volume 10:38

0.000Air Blank 10:39

0.000Air Blank 10:41

# 2 0.000Subject Sample 10:41

3.050Breath Volume 10:41

0.000Air Blank 10:41

0.081Control Test 10:42

0.000Air Blank 10:42

OKDiagnostics Check 10:42

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:37:3503/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:10

10:41

Port Orange PD

MOORE,JAMES

03/26/2018

1836890

Volusia County SO

RAINES,CHRISTOPHER,G

MINUTILLO

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:31

0.000Air Blank 11:31

0.081Control Test 11:31

0.000Air Blank 11:32

# 1 0.000Subject Sample 11:33

2.343Breath Volume 11:33

0.000Air Blank 11:33

0.000Air Blank 11:35

# 2 0.000Subject Sample 11:36

2.046Breath Volume 11:36

0.000Air Blank 11:36

0.081Control Test 11:37

0.000Air Blank 11:37

OKDiagnostics Check 11:37

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:57:0503/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

13:15

00:00

Port Orange PD

N/A,N/A

03/26/2018

1836890

Port Orange PD

HARRISON,WILLIAM,C

RYAN

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:51

0.000Air Blank 13:51

0.081Control Test 13:51

0.000Air Blank 13:52

# 1 0.000Subject Sample 13:52

2.207Breath Volume 13:52

0.000Air Blank 13:53

0.000Air Blank 13:55

# 2 0.000Subject Sample 13:55

1.980Breath Volume 13:55

0.000Air Blank 13:56

0.082Control Test 13:56

0.000Air Blank 13:57

OKDiagnostics Check 13:57

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:55:1503/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:28

08:57

Port Orange PD

LANK,GABRIELLE

03/26/2018

1836890

South Daytona PD

BINGHAM,CHRIS,C

GRUPI

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:52

0.000Air Blank 09:52

0.081Control Test 09:53

0.000Air Blank 09:53

# 1Subject Sample 09:53 Subject Test Refused

0.000Breath Volume 09:53

0.000Air Blank 09:54

0.081Control Test 09:54

0.000Air Blank 09:55

OKDiagnostics Check 09:55

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:35:1703/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

08:24

Port Orange PD

SEXTON,JACKIE

03/26/2018

1836890

Port Orange PD

RAINES,CHRISTOPHER,G

MOONEN

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:28

0.000Air Blank 09:28

0.081Control Test 09:29

0.000Air Blank 09:29

# 1 0.119Subject Sample 09:30

1.246Breath Volume 09:30

0.000Air Blank 09:30

0.000Air Blank 09:32

# 2 0.113Subject Sample 09:33

1.503Breath Volume 09:33

0.000Air Blank 09:34

0.082Control Test 09:34

0.000Air Blank 09:35

OKDiagnostics Check 09:35

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:0003/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:16

Port Orange PD

BUSTOS,ROSANNA

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

RUDDY

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.082Control Test 20:25

0.000Air Blank 20:25

# 1 0.342Subject Sample 20:26

1.585Breath Volume 20:26

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.359Subject Sample 20:29

1.320Breath Volume 20:29

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:30

OKDiagnostics Check 20:31

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2103/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:45

Port Orange PD

FLEMING,BERNARD

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

DAWSON

02/29/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.082Control Test 03:44

0.000Air Blank 03:44

# 1 0.037Subject Sample 03:45

1.281Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.037Subject Sample 03:47

1.242Breath Volume 03:47

0.000Air Blank 03:48

0.082Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 03/28/2016 16:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:04:1103/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:11

Port Orange PD

ALAMOS,JAIME

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

JOHN

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:00

0.000Air Blank 17:00

0.082Control Test 17:01

0.000Air Blank 17:01

# 1Subject Sample 17:02 Interferent Detect

1.601Breath Volume 17:02

0.000Air Blank 17:03

0.082Control Test 17:03

0.000Air Blank 17:04

OKDiagnostics Check 17:04

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:2203/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:11

Port Orange PD

ALAMOS,JAIME

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

JOHN

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:08

0.000Air Blank 17:08

0.082Control Test 17:09

0.000Air Blank 17:09

# 1Subject Sample 17:09 Interferent Detect

2.398Breath Volume 17:09

0.000Air Blank 17:10

0.081Control Test 17:10

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:22:4603/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:11

Port Orange PD

ALAMOS,JAIME

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

JOHN

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:19

0.000Air Blank 17:20

0.082Control Test 17:20

0.000Air Blank 17:20

# 1Subject Sample 17:21 Interferent Detect

2.757Breath Volume 17:21

0.000Air Blank 17:21

0.082Control Test 17:22

0.000Air Blank 17:22

OKDiagnostics Check 17:22

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:39:3103/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

17:00

00:00

Port Orange PD

BIRD,BIRD

03/26/2018

1836890

Port Orange PD

BIRD,JEREMY,E

BIRD

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:34

0.000Air Blank 17:35

0.081Control Test 17:35

0.000Air Blank 17:35

# 1 0.000Subject Sample 17:36

2.710Breath Volume 17:36

0.000Air Blank 17:36

0.000Air Blank 17:38

# 2Subject Sample 17:39 Sequence Aborted

0.000Breath Volume 17:39

0.000Air Blank 17:39

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:44:5503/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:11

Port Orange PD

ALAMOS,JAIME

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

JOHN

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:41

0.000Air Blank 17:42

0.081Control Test 17:42

0.000Air Blank 17:43

# 1Subject Sample 17:43 Interferent Detect

2.378Breath Volume 17:43

0.000Air Blank 17:44

0.082Control Test 17:44

0.000Air Blank 17:44

OKDiagnostics Check 17:44

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:0003/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:34

South Daytona PD

MELODY,FRANCIS

05/01/2016

07014080A2

South Daytona PD

MELODY,FRANCIS,D

SNODGRASS

02/26/2016

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.076Control Test 23:18

0.000Air Blank 23:18

# 1 0.221Subject Sample 23:19

1.507Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.231Subject Sample 23:24

1.410Breath Volume 23:24

0.000Air Blank 23:25

0.078Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:26

Data Download Date/Time: 04/05/2016 11:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:4903/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:37

16:28

South Daytona PD

CHARLA,MICHAEL

05/01/2016

07014080A2

South Daytona PD

MELODY,FRANCIS,D

ANDERSON

02/26/2016

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:15

0.000Air Blank 18:15

0.077Control Test 18:15

0.000Air Blank 18:16

# 1 0.000Subject Sample 18:16

1.253Breath Volume 18:16

0.000Air Blank 18:17

0.000Air Blank 18:19

# 2 0.000Subject Sample 18:20

1.867Breath Volume 18:20

0.000Air Blank 18:20

0.079Control Test 18:21

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 04/05/2016 11:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:4303/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:14

South Daytona PD

MELODY,FRANCIS

05/01/2016

07014080A2

South Daytona PD

MELODY,FRANCIS,D

BAXTER

02/26/2016

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.077Control Test 03:50

0.000Air Blank 03:50

# 1 0.107Subject Sample 03:52

1.441Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.091Subject Sample 03:57 Volume Not Met

0.015Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 3 0.106Subject Sample 04:01

1.437Breath Volume 04:01

0.000Air Blank 04:01

0.076Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 04/05/2016 11:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:5903/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:32

South Daytona PD

MELODY,FRANCIS

05/01/2016

07014080A2

South Daytona PD

MELODY,FRANCIS,D

GUNN

02/26/2016

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.076Control Test 03:11

0.000Air Blank 03:11

# 1 0.248Subject Sample 03:12

2.781Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.235Subject Sample 03:15

1.921Breath Volume 03:15

0.000Air Blank 03:16

0.077Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 04/05/2016 11:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:1403/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:34

South Daytona PD

SCARSELLA,JERAMY

05/01/2016

07014080A2

South Daytona PD

MINABERRY,MATTHEW,M

WEIMER

02/26/2016

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:34

0.000Air Blank 06:34

0.076Control Test 06:34

0.000Air Blank 06:35

# 1 0.149Subject Sample 06:36

1.527Breath Volume 06:36

0.000Air Blank 06:37

0.000Air Blank 06:38

# 2 0.126Subject Sample 06:39

1.976Breath Volume 06:39

0.000Air Blank 06:40

0.000Air Blank 06:42

# 3 0.147Subject Sample 06:42

2.089Breath Volume 06:42

0.000Air Blank 06:43

0.075Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 04/05/2016 11:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:5103/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:05

Broward County SO

MUNOZ,BROWEL

07/05/2017

15615080A3

Miramar PD

HARNANDAN,INDROWTIE,

YOUNG

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.079Control Test 21:47

0.000Air Blank 21:47

# 1 0.000Subject Sample 21:49

1.136Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.000Subject Sample 21:53

1.179Breath Volume 21:53

0.000Air Blank 21:53

0.079Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:58:3003/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:20

06:32

Broward County SO

MARSECO,VINCENZO

07/05/2017

15615080A3

Davie PD

DICIENZO,FRANCA,R

TAYLOR

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:52

0.000Air Blank 09:52

0.079Control Test 09:53

0.000Air Blank 09:53

# 1 0.139Subject Sample 09:54

1.695Breath Volume 09:54

0.000Air Blank 09:54

0.000Air Blank 09:56

# 2 0.133Subject Sample 09:57

1.953Breath Volume 09:57

0.000Air Blank 09:57

0.079Control Test 09:57

0.000Air Blank 09:58

OKDiagnostics Check 09:58

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:2603/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

18:59

Broward County SO

WINEINGER,JOSHUA

07/05/2017

15615080A3

Broward County SO

TILLMAN,SHEILA,L

MENDOZA

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.080Control Test 20:49

0.000Air Blank 20:49

# 1 0.193Subject Sample 20:51

1.730Breath Volume 20:51

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.200Subject Sample 20:53

2.179Breath Volume 20:53

0.000Air Blank 20:54

0.078Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:5003/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:53

Broward County SO

LEE,TIM

07/05/2017

15615080A3

OTHER Local

MEDINA,MARMILLY,

SISON

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.079Control Test 00:54

Air Blank 00:55 RFI Detect

0.000Air Blank 00:55

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4803/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:53

Broward County SO

LEE,TIM

07/05/2017

15615080A3

OTHER Local

MEDINA,MARMILLY,

SISON

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.078Control Test 01:01

0.000Air Blank 01:02

# 1 0.155Subject Sample 01:02

1.449Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.151Subject Sample 01:06

1.832Breath Volume 01:06

0.000Air Blank 01:06

0.079Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:32:2703/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

13:48

Broward County SO

RODRIGUEZ,ANDREW

07/05/2017

15615080A3

Broward County SO

DICIENZO,FRANCA,R

FRATINA

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:26

0.000Air Blank 15:26

0.080Control Test 15:27

0.000Air Blank 15:27

# 1 0.000Subject Sample 15:28

2.453Breath Volume 15:28

0.000Air Blank 15:28

0.000Air Blank 15:30

# 2 0.000Subject Sample 15:31

1.339Breath Volume 15:31

0.000Air Blank 15:31

0.079Control Test 15:31

0.000Air Blank 15:32

OKDiagnostics Check 15:32

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2503/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:18

Broward County SO

HUNEKE,DONNARD

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

TOTH

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

# 1 0.175Subject Sample 03:38

1.664Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.180Subject Sample 03:41

2.070Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:2903/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:18

Broward County SO

HUNEKE,DONNARD

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

TOTH

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

# 1 0.167Subject Sample 04:07

1.855Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.162Subject Sample 04:10

2.042Breath Volume 04:10

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3103/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:19

Orange County SO

HERNANDEZ,FRANK

03/05/2017

05115080A5

Orange County SO

HARDEN,WILLIAM,L

FIGUEROA

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

# 1 0.153Subject Sample 03:17

2.226Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.155Subject Sample 03:20

2.765Breath Volume 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 03/03/2016 16:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1703/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:09

Orange County SO

PIZZARELLO,GUSTOVO

03/05/2017

05115080A5

Orange County SO

HARDEN,WILLIAM,L

BATISTA

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1 0.201Subject Sample 02:02

1.957Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.206Subject Sample 02:05

2.132Breath Volume 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 03/03/2016 16:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:0403/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:20

Orange County SO

FIEDLER,ROGER

03/05/2017

05115080A5

Orange County SO

HARDEN,WILLIAM,L

CALHOUN

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

# 1 0.000Subject Sample 05:23

2.496Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.000Subject Sample 05:26

2.898Breath Volume 05:26

0.000Air Blank 05:27

0.078Control Test 05:27

0.000Air Blank 05:27

OKDiagnostics Check 05:28

Data Download Date/Time: 03/03/2016 16:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:0103/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:41

Orange County SO

BURKHEAD,KYLE

03/05/2017

05115080A5

Orange County SO

HARDEN,WILLIAM,L

WILSON

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.079Control Test 02:23

0.000Air Blank 02:23

# 1 0.181Subject Sample 02:24

2.992Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:26

# 2 0.181Subject Sample 02:27

2.128Breath Volume 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:29

Data Download Date/Time: 03/03/2016 16:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:5703/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:58

Orange County SO

BINET,MARLON

03/05/2017

05115080A5

FHP Troop D

HARDEN,WILLIAM,L

DE JESUS MUNOZ

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:37

# 1 0.246Subject Sample 03:40

1.785Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.255Subject Sample 03:44

1.160Breath Volume 03:44

0.000Air Blank 03:45

0.078Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 03/03/2016 16:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:4903/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:25

Orange County SO

GALLUP,ELIAS

03/05/2017

05115080A5

Orange County SO

HARDEN,WILLIAM,L

POPEK

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

# 1 0.163Subject Sample 02:41

2.066Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.158Subject Sample 02:44

2.851Breath Volume 02:44

0.000Air Blank 02:44

0.077Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 03/10/2016 17:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4503/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:26

Orange County SO

BIRDSONG,KEVIN

03/05/2017

05115080A5

Ocoee PD

WHITFIELD,TIARA,D

KIRKBRIDE

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:21

# 1 0.169Subject Sample 04:21

3.875Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.173Subject Sample 04:25

4.230Breath Volume 04:25

0.000Air Blank 04:25

0.078Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 03/10/2016 17:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:3403/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:20

Orange County SO

TURNER,MICHAEL

03/05/2017

05115080A5

Orlando PD

HARDEN,WILLIAM,L

DAMICO

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

# 1Subject Sample 02:09 No Sample Provided

0.000Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 03/10/2016 17:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5303/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:57

Orange County SO

JONES,JOE

03/05/2017

05115080A5

FHP Troop D

HARDEN,WILLIAM,L

GOMEZ

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

# 1 0.000Subject Sample 01:55

3.644Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.000Subject Sample 01:58

3.566Breath Volume 01:58

0.000Air Blank 01:58

0.077Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 03/10/2016 17:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:2403/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:46

Orange County SO

CORSO,ANTHONY

03/05/2017

05115080A5

FHP Troop D

HARDEN,WILLIAM,L

CISSON

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.079Control Test 19:32

0.000Air Blank 19:32

# 1 0.174Subject Sample 19:34

1.402Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.170Subject Sample 19:38

1.968Breath Volume 19:38

0.000Air Blank 19:39

0.076Control Test 19:39

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 03/10/2016 17:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:1703/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

17:21

Orange County SO

IV,ANDREW

03/05/2017

05115080A5

FHP Troop D

HARDEN,WILLLIAM,L

PARTRIDGE

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.079Control Test 19:11

0.000Air Blank 19:12

# 1Subject Sample 19:12 Subject Test Refused

0.000Breath Volume 19:12

0.000Air Blank 19:13

0.078Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 03/17/2016 16:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:3403/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:29

Orange County SO

ROCCHILD,MIGUEL

03/05/2017

05115080A5

Winter Park PD

HARDEN,WILLIAM,L

SMITH

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:36

# 1 0.112Subject Sample 19:36

2.511Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.116Subject Sample 19:39

2.707Breath Volume 19:39

0.000Air Blank 19:40

0.078Control Test 19:40

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 03/17/2016 16:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4603/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:58

Orange County SO

WILSON,RUDY

03/05/2017

05115080A5

Orlando PD

HARDEN,WILLIAM,L

RISON JR

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:58

# 1 0.150Subject Sample 01:58

2.460Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.151Subject Sample 02:02

2.886Breath Volume 02:02

0.000Air Blank 02:02

0.078Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 03/17/2016 16:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:4503/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:13

Orange County SO

WEAVER,WILLIAM

03/05/2017

05115080A5

Orlando PD

BELL,SHAWN,

FUNK

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:52

# 1 0.127Subject Sample 03:53

2.234Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:55

# 2 0.119Subject Sample 03:56

2.371Breath Volume 03:56

0.000Air Blank 03:56

0.078Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 03/17/2016 16:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:3103/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:18

Orange County SO

OLIVER,CATHERINE

03/05/2017

05115080A5

FHP Troop K

WHITFIELD,TIARA,D

HERNANDEZ FIGUEROA

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:29

# 1 0.115Subject Sample 04:30

1.171Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:32

# 2 0.122Subject Sample 04:33

2.042Breath Volume 04:33

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 03/17/2016 16:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:1703/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

03:51

Orange County SO

EVANS,JOSH

03/05/2017

05115080A5

FHP Troop D

WHITFIELD,TIARA,D

DUDLEY

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:20

# 1 0.160Subject Sample 05:20

1.218Breath Volume 05:20

0.000Air Blank 05:21

0.000Air Blank 05:22

# 2 0.164Subject Sample 05:23

1.929Breath Volume 05:23

0.000Air Blank 05:24

0.079Control Test 05:24

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 03/17/2016 16:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:5703/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:58

Orange County SO

URIBE,SERGIO

03/05/2017

05115080A5

Orange County SO

HARDEN,WILLIAM,L

GALEAS GONZALEZ

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:30

0.079Control Test 21:30

0.000Air Blank 21:30

# 1 0.117Subject Sample 21:31

3.023Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:33

# 2 0.121Subject Sample 21:34

3.312Breath Volume 21:34

0.000Air Blank 21:35

0.077Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 03/22/2016 12:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0003/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:39

Orange County SO

VAUGHN,JACOB

03/05/2017

05115080A5

FHP Troop D

BELL,SHAWN,

VON SEE

02/11/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

# 1 0.067Subject Sample 03:32

3.078Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.066Subject Sample 03:35

2.718Breath Volume 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:37

Data Download Date/Time: 03/22/2016 12:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4003/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

02:56

Orange County SO

MACDONALD,JOHN

03/05/2017

05115080A5

Orange County SO

BELL,SHAWN,

ALI-KANHAI

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:49

# 1 0.157Subject Sample 04:50

2.902Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.150Subject Sample 04:53

2.457Breath Volume 04:53

0.000Air Blank 04:53

0.080Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:3303/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

00:41

Orange County SO

KIPP,ALEXANDER

03/05/2017

05115080A5

Orlando PD

SCREWS,DARCY,L

LARSON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

# 1 0.106Subject Sample 02:11 Volume Not Met

0.207Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2 0.095Subject Sample 02:17 Volume Not Met

0.015Breath Volume 02:17

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1603/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

00:41

Orange County SO

KIPP,ALEXANDER

03/05/2017

05115080A5

Orlando PD

SCREWS,DARCY,L

LARSON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

# 1 0.122Subject Sample 02:25 Volume Not Met

0.230Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.132Subject Sample 02:30 Volume Not Met

0.050Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:2603/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:35

Orange County SO

DICARLO,JOSEPH

03/05/2017

05115080A5

Winter Park PD

CANER,OSVALDO,

DEAN

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.078Control Test 02:44

0.000Air Blank 02:45

# 1 0.194Subject Sample 02:48 Volume Not Met

0.273Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.188Subject Sample 02:51

1.496Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 3 0.187Subject Sample 02:56 Volume Not Met

0.746Breath Volume 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:5703/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:31

Orange County SO

MOONDA,SHUAIB

03/05/2017

05115080A5

FHP Troop D

SCREWS,DARCY,L

HAIRE

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:5703/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

02:57

Orange County SO

HAWKINS,DEBORAH

03/05/2017

05115080A5

FHP Troop D

CANER,OSVALDO,

PATEL

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.079Control Test 04:02

0.000Air Blank 04:02

# 1 0.120Subject Sample 04:05 Volume Not Met

0.847Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.148Subject Sample 04:08

2.261Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 3 0.155Subject Sample 04:12

1.875Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4503/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:53

Orange County SO

WALCZAK,KEVIN

03/05/2017

05115080A5

Orlando PD

SCREWS,DARCY,L

CHANCELLOR

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.078Control Test 04:44

0.000Air Blank 04:44

# 1 0.141Subject Sample 04:47 Volume Not Met

0.074Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.161Subject Sample 04:53 Volume Not Met

0.351Breath Volume 04:53

0.000Air Blank 04:53

0.079Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3503/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:28

Orange County SO

IMPARATO,FRANK

03/05/2017

05115080A5

Central FL Univ PD

SCREWS,DARCY,L

RODRIGUEZ

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:33

# 1 0.179Subject Sample 02:34

3.878Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.197Subject Sample 02:37

4.390Breath Volume 02:37

0.000Air Blank 02:37

0.078Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:10:2303/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

04:52

Orange County SO

MOONDA,SHUAIB

03/05/2017

05115080A5

FHP Troop D

SCREWS,DARCY,L

MARIUS

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:00

0.000Air Blank 06:01

0.080Control Test 06:01

0.000Air Blank 06:01

# 1 0.103Subject Sample 06:04

1.683Breath Volume 06:04

0.000Air Blank 06:05

0.000Air Blank 06:07

# 2 0.095Subject Sample 06:08

1.457Breath Volume 06:08

0.000Air Blank 06:09

0.079Control Test 06:09

0.000Air Blank 06:10

OKDiagnostics Check 06:10

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:5303/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

20:57

Orange County SO

IV,ANDREW

03/05/2017

05115080A5

FHP Troop D

COLEMAN,BRETT,J

WASHINGTON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

# 1 0.065Subject Sample 22:12

1.250Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.065Subject Sample 22:15

2.792Breath Volume 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4003/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:00

Orange County SO

MENDOZA,JESSICA

03/05/2017

05115080A5

Winter Garden PD

DAVIS,COURTNEY,L

JEFFERSON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.081Control Test 01:59

0.000Air Blank 01:59

# 1 0.138Subject Sample 02:00

1.527Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.111Subject Sample 02:05 Volume Not Met

0.652Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 3 0.124Subject Sample 02:09

1.121Breath Volume 02:09

0.000Air Blank 02:09

0.078Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:5403/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:07

Orange County SO

STEPHENSON,AARON

03/05/2017

05115080A5

Winter Park PD

DAVIS,COURTNEY,

BILLINGS

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:43

# 1 0.249Subject Sample 22:46 Slope Not Level

1.164Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.270Subject Sample 22:49 No .020 agreement

1.136Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 3 0.314Subject Sample 22:54 No .020 agreement

2.144Breath Volume 22:54

0.000Air Blank 22:54

0.080Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3803/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:07

Orange County SO

STEPHENSON,AARON

03/05/2017

05115080A5

Winter Park PD

DAVIS,COURTNEY,L

BILLINGS

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:58

# 1 0.300Subject Sample 23:00

2.347Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.306Subject Sample 23:03

2.683Breath Volume 23:03

0.000Air Blank 23:03

0.078Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 03/31/2016 15:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:2203/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:46

Orange County SO

BINET,MARLON

03/05/2017

05115080A5

FHP Troop D

SCREWS,DARCY,L

AMES

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.080Control Test 23:35

0.000Air Blank 23:35

# 1 0.338Subject Sample 23:36

2.878Breath Volume 23:36

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.327Subject Sample 23:38

1.625Breath Volume 23:38

0.000Air Blank 23:39

0.079Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:38:5803/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:59

12:59

Rockledge PD

GUTIERREZ,NICOLE

11/05/2016

28214080A1

Rockledge PD

KENNEDY,PATRICK,W

KIZIS

02/10/2016

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:35

0.000Air Blank 13:35

0.079Control Test 13:35

0.000Air Blank 13:36

# 1Subject Sample 13:37 Subject Test Refused

0.000Breath Volume 13:37

0.000Air Blank 13:38

0.078Control Test 13:38

0.000Air Blank 13:38

OKDiagnostics Check 13:38

Data Download Date/Time: 03/26/2016 02:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:4703/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:29

Rockledge PD

GOMEZ,IVETTE

11/05/2016

28214080A1

Rockledge PD

TORRES,HECTOR,L

CULLITON

02/10/2016

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.078Control Test 00:53

0.000Air Blank 00:53

# 1 0.181Subject Sample 00:55

2.066Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.210Subject Sample 00:58

1.675Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 3 0.206Subject Sample 01:04

1.898Breath Volume 01:04

0.000Air Blank 01:04

0.079Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 03/26/2016 02:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:5303/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:22

Rockledge PD

STRICKLAND,WINFRED

11/05/2016

28214080A1

Rockledge PD

KENNEDY,PATRICK,W

GREEN

03/26/2016

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.079Control Test 04:21

0.000Air Blank 04:21

# 1 0.192Subject Sample 04:22

1.851Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:24

# 2 0.194Subject Sample 04:25

2.953Breath Volume 04:25

0.000Air Blank 04:25

0.078Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 04/29/2016 05:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:0503/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

21:18

Rockledge PD

SIMMONS,BRIAN

11/05/2016

28214080A1

Rockledge PD

CAVALIERI,MICHAEL,A

BROLLIAR

03/26/2016

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.079Control Test 22:36

0.000Air Blank 22:36

# 1 0.203Subject Sample 22:37

4.042Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:39

# 2 0.205Subject Sample 22:40

4.445Breath Volume 22:40

0.000Air Blank 22:41

0.078Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:42

Data Download Date/Time: 04/29/2016 05:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:5303/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:58

Melbourne PD

LINEHAN,DANIEL

04/08/2018

1841081

Melbourne PD

LINEHAN,DANIEL,J

JONES

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.077Control Test 21:44

0.000Air Blank 21:44

# 1 0.204Subject Sample 21:46

1.164Breath Volume 21:46

0.000Air Blank 21:47

0.000Air Blank 21:48

# 2 0.211Subject Sample 21:49

1.171Breath Volume 21:49

0.000Air Blank 21:49

0.079Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:5303/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:22

Melbourne PD

ROMANO,ANTONIO

04/08/2018

1841081

Melbourne PD

MILLER,MATTHEW,G

FRANKS

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.238Subject Sample 02:02

2.324Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.239Subject Sample 02:05

2.589Breath Volume 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:4703/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

18:00

Melbourne PD

MILLER,MATTHEW

04/08/2018

1841081

Melbourne PD

MILLER,MATTHEW,G

NICKS

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:39

0.000Air Blank 18:39

0.081Control Test 18:39

0.000Air Blank 18:40

# 1 0.000Subject Sample 18:43 Volume Not Met

0.457Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.000Subject Sample 18:47

1.105Breath Volume 18:47

0.000Air Blank 18:48

0.000Air Blank 18:50

# 3 0.000Subject Sample 18:53 Volume Not Met

0.292Breath Volume 18:53

0.000Air Blank 18:53

0.082Control Test 18:54

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2203/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:11

Melbourne PD

ROCHE,MARK

04/08/2018

1841081

Melbourne PD

MILLER,MATTHEW,G

ABAR

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.121Subject Sample 03:10

1.265Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:12

# 2 0.115Subject Sample 03:13

1.277Breath Volume 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:1603/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

03:01

Melbourne PD

LINEHAN,DANIEL

04/08/2018

1841081

Melbourne PD

LINEHAN,DANIEL,J

CASTILLO

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

# 1 0.187Subject Sample 03:39

1.410Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.185Subject Sample 03:42

1.265Breath Volume 03:42

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:5003/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:50

Melbourne PD

ROCHE,MARK

04/08/2018

1841081

Melbourne PD

MILLER,MATTHEW,G

CHAPMAN

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

# 1 0.000Subject Sample 00:33

1.386Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.000Subject Sample 00:36

1.628Breath Volume 00:36

0.000Air Blank 00:36

0.081Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:4403/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:34

Melbourne PD

CUBAS,NELSON

04/08/2018

1841081

West Melbourne PD

LINEHAN,DANIEL,J

GIRON

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:09

0.000Air Blank 20:09

0.081Control Test 20:09

0.000Air Blank 20:10

# 1 0.219Subject Sample 20:11

1.187Breath Volume 20:11

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.232Subject Sample 20:14

1.136Breath Volume 20:14

0.000Air Blank 20:14

0.079Control Test 20:15

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:52:4603/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:16

12:10

Melbourne PD

SKOVSGARD,BRITTNEY

04/08/2018

1841081

Melbourne PD

SKOVSGARD,BRITTNEY,D

MAYTON

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:37

0.000Air Blank 12:37

0.080Control Test 12:38

0.000Air Blank 12:38

# 1 0.272Subject Sample 12:41

1.351Breath Volume 12:41

0.000Air Blank 12:42

0.000Air Blank 12:44

# 2 0.241Subject Sample 12:47 Volume Not Met

0.683Breath Volume 12:47

0.000Air Blank 12:48

0.000Air Blank 12:49

# 3 0.272Subject Sample 12:51

2.609Breath Volume 12:51

0.000Air Blank 12:51

0.076Control Test 12:52

0.000Air Blank 12:52

OKDiagnostics Check 12:52

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:1603/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:15

Melbourne PD

LINEHAN,DANIEL

04/08/2018

1841081

Melbourne PD

LINEHAN,DANIEL,J

HALL

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:58

0.080Control Test 19:58

0.000Air Blank 19:59

# 1 0.164Subject Sample 19:59

1.648Breath Volume 19:59

0.000Air Blank 20:00

0.000Air Blank 20:02

# 2 0.159Subject Sample 20:02

1.363Breath Volume 20:02

0.000Air Blank 20:03

0.080Control Test 20:03

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5103/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:51

Melbourne PD

MILLER,MATTHEW

04/08/2018

1841081

Melbourne PD

MILLER,MATTHEW,G

GRAY

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

# 1 0.144Subject Sample 03:34

1.511Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.146Subject Sample 03:37

1.355Breath Volume 03:37

0.000Air Blank 03:37

0.080Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:5003/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:30

Melbourne PD

LINEHAN,DANIEL

04/08/2018

1841081

Melbourne PD

LINEHAN,DANIEL,J

GERHARD

02/29/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

# 1Subject Sample 21:03 Subject Test Refused

0.000Breath Volume 21:03

0.000Air Blank 21:03

0.080Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 03/31/2016 11:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:3403/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:51

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

COBB

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:04

# 1 0.228Subject Sample 22:05

2.125Breath Volume 22:05

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.209Subject Sample 22:08

1.613Breath Volume 22:08

0.000Air Blank 22:08

0.078Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0303/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:43

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

RICHARDSON

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:53

# 1 0.212Subject Sample 01:54

1.632Breath Volume 01:54

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.210Subject Sample 01:57

2.644Breath Volume 01:57

0.000Air Blank 01:58

0.077Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:59

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1603/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:28

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

ARROYAVE VALENCIA

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:39

# 1 0.114Subject Sample 03:40

1.460Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.118Subject Sample 03:43

1.363Breath Volume 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:4803/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:45

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

KOSKE

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:51

0.080Control Test 19:51

0.000Air Blank 19:51

# 1 0.102Subject Sample 19:52

1.152Breath Volume 19:52

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.105Subject Sample 19:55

1.242Breath Volume 19:55

0.000Air Blank 19:55

0.081Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1503/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:49

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

BACCHUS

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:18

# 1 0.190Subject Sample 03:22 Volume Not Met

0.210Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.184Subject Sample 03:27 Volume Not Met

0.156Breath Volume 03:27

0.000Air Blank 03:28

0.077Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5203/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:49

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

BACCHUS

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:31

# 1 0.203Subject Sample 03:31

1.570Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.199Subject Sample 03:35

1.671Breath Volume 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4903/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:25

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

RIVERA

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

# 1 0.111Subject Sample 02:40 Volume Not Met

0.988Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.123Subject Sample 02:43

1.703Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 3 0.121Subject Sample 02:47

1.625Breath Volume 02:47

0.000Air Blank 02:47

0.079Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:5603/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

20:07

Palm Bay PD

LA ROSA,JOE

12/05/2016

32114080A2

West Melbourne PD

LUTZ,EDWIN,J

RYHNEHART

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.078Control Test 20:34

0.000Air Blank 20:34

# 1 0.203Subject Sample 20:35

1.785Breath Volume 20:35

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.201Subject Sample 20:38

2.042Breath Volume 20:38

0.000Air Blank 20:39

0.078Control Test 20:39

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:0603/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:28

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

TORRENCE

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.077Control Test 21:38

0.000Air Blank 21:39

# 1 0.113Subject Sample 21:39

2.265Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.113Subject Sample 21:42

2.402Breath Volume 21:42

0.000Air Blank 21:43

0.077Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:1803/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

04:19

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

POLLARD

02/22/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:29

# 1 0.212Subject Sample 04:29

3.570Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.196Subject Sample 04:32

3.058Breath Volume 04:32

0.000Air Blank 04:33

0.077Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3703/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:25

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

D ANNIBALLE

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:34

# 1 0.000Subject Sample 02:34

2.296Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.000Subject Sample 02:37

2.140Breath Volume 02:37

0.000Air Blank 02:37

0.079Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 03/29/2016 17:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:1803/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:48

Seminole County SO

WAGNER,MICHAEL

01/08/2018

1787697

Sanford PD

MEADOWS,SHAWN,M

ALVAREZ-PINO

02/08/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:50

0.000Air Blank 18:51

0.077Control Test 18:51

0.000Air Blank 18:52

# 1Subject Sample 18:55 No Sample Provided

0.000Breath Volume 18:55

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.331Subject Sample 18:59

2.203Breath Volume 18:59

0.000Air Blank 18:59

0.000Air Blank 19:01

# 3 0.339Subject Sample 19:02

1.992Breath Volume 19:02

0.000Air Blank 19:03

0.076Control Test 19:03

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 03/28/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:0103/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:59

Seminole County SO

LAQUERRE,TIMOTHY

01/08/2018

1787697

Altamonte Springs PD

GARCIA,RAY,

ADAIR

02/08/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.079Control Test 21:53

0.000Air Blank 21:54

# 1 0.149Subject Sample 21:54

2.035Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.179Subject Sample 21:57

1.531Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 3 0.153Subject Sample 22:01

2.660Breath Volume 22:01

0.000Air Blank 22:02

0.078Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:03

Data Download Date/Time: 03/28/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1603/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:47

Seminole County SO

COLBURN,MEGAN

01/08/2018

1787697

Casselberry PD

GARCIA,RAY,

JOHSON

02/08/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:52

0.000Air Blank 00:52

# 1 0.211Subject Sample 00:52

1.628Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.204Subject Sample 00:55

2.070Breath Volume 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 03/28/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:1503/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:44

Casselberry PD

COLBURN,MEGAN

01/08/2018

1787697

Casselberry PD

COLBURN,MEGAN,E

COLEMAN

02/08/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.078Control Test 20:04

0.000Air Blank 20:04

# 1 0.106Subject Sample 20:05

4.324Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.088Subject Sample 20:08

1.910Breath Volume 20:08

0.000Air Blank 20:09

0.077Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 03/28/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5503/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:52

Seminole County SO

MANSO,CRISTOBAL

01/08/2018

1787697

Sanford PD

GARCIA,RAY,

BAMACA GABRIEL

02/08/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:56

# 1 0.178Subject Sample 01:57

1.265Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.178Subject Sample 02:00

1.335Breath Volume 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 03/28/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0703/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:27

Seminole County SO

COLBURN,MEGAN

01/08/2018

1787697

Casselberry PD

GARCIA,RAY,

AVILA PEREZ

02/08/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:23

# 1 0.267Subject Sample 03:23

3.746Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.260Subject Sample 03:26

2.785Breath Volume 03:26

0.000Air Blank 03:27

0.077Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 03/28/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:3303/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:59

Seminole County SO

CARUSO,MICHAEL

01/08/2018

1787697

Casselberry PD

GARCIA,RAY,

ROBERTS

02/08/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.078Control Test 04:13

0.000Air Blank 04:13

# 1 0.185Subject Sample 04:17

2.074Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.196Subject Sample 04:20

2.593Breath Volume 04:20

0.000Air Blank 04:20

0.077Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 03/28/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:0603/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:41

Seminole County SO

REHDER,PATRICK

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

SOBHAN

02/08/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:55

0.000Air Blank 05:56

0.079Control Test 05:56

0.000Air Blank 05:56

# 1 0.169Subject Sample 05:58

1.914Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.173Subject Sample 06:01

1.851Breath Volume 06:01

0.000Air Blank 06:02

0.078Control Test 06:02

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 03/28/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:4803/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:34

Pinellas County SO

WAGNER,DEP W.

06/02/2017

AG515306

Pinellas County SO

PANIAGUA,MICHAEL,A

DICKERSHAID

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

# 1 0.193Subject Sample 22:56

1.625Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.196Subject Sample 23:00

1.152Breath Volume 23:00

0.000Air Blank 23:00

0.080Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 03/25/2016 20:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:3203/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:39

Pinellas County SO

BRINKMAN,DEP K

06/02/2017

AG515306

Clearwater PD

PANIAGUA,SGT,M

ILES

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

# 1Subject Sample 00:07 Subject Test Refused

0.000Breath Volume 00:07

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 03/25/2016 20:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:3703/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:45

Pinellas County SO

SILVERSTEIN,OFC.

06/02/2017

AG515306

Largo PD

PANIAGUA,SGT M,A

SALAS-LEON

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

# 1 0.142Subject Sample 02:09

2.511Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.147Subject Sample 02:12

2.566Breath Volume 02:12

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 03/25/2016 20:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:5803/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:54

Pinellas County SO

JASIUKIEWICZ,OFC.

06/02/2017

AG515306

Pinellas Park PD

PANIAGUA,SGT M,A

BAKER

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:24 Subject Test Refused

0.000Breath Volume 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 03/25/2016 20:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1803/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:14

Pinellas County SO

KASELAK,DEP S

06/02/2017

AG515306

Pinellas County SO

PANIAGUA,SGT M,A

YOUNG

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.156Subject Sample 03:38

1.746Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.160Subject Sample 03:41

1.503Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 03/25/2016 20:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:5703/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:11

Pinellas County SO

GALATI,DEP V

06/02/2017

AG515306

Pinellas County SO

PANIAGUA,SGT M,A

NASRALLAH

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

# 1Subject Sample 03:47 Subject Test Refused

0.000Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 03/25/2016 20:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3803/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:36

Pinellas County SO

WAGNER,DEP W

06/02/2017

AG515306

Pinellas County SO

PANIAGUA,SGT M,A

CARROLL

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 03/25/2016 20:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:2703/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

04:30

Tarpon Springs PD

ROQUE,MICHAEL

02/27/2017

AG505803

Tarpon Springs PD

ROQUE,MICHAEL,A

BICKERTON

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 05:39

0.000Air Blank 05:40

0.080Control Test 05:40

0.000Air Blank 05:40

# 1Subject Sample 05:42 Subject Test Refused

0.000Breath Volume 05:42

0.000Air Blank 05:42

0.080Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:1903/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:33

Pinellas County SO

REFUSE,RONY

02/27/2017

AG505803

FHP Troop C

BLAIR,RONALD,J

GARCIA

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.078Control Test 22:59

0.000Air Blank 22:59

# 1Subject Sample 22:59 RFI Detect

0.000Breath Volume 22:59

0.000Air Blank 23:00

0.078Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:0403/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:33

Pinellas County SO

REFUSE,RONY

02/27/2017

AG505803

FHP Troop C

BLAIR,RONALD,J

GARCIA

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:04

# 1Subject Sample 23:07 No Sample Provided

0.000Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2Subject Sample 23:11 Subject Test Refused

0.000Breath Volume 23:11

0.000Air Blank 23:12

0.079Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:13

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1103/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:04

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

BLAIR,RONALD,J

LAPOINTE

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.077Control Test 01:27

0.000Air Blank 01:28

# 1Subject Sample 01:31 No Sample Provided

0.000Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.203Subject Sample 01:34

1.539Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 3 0.204Subject Sample 01:37

1.656Breath Volume 01:37

0.000Air Blank 01:38

0.077Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0803/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:43

Pinellas County SO

ASHCOM,TIFFANY

02/27/2017

AG505803

Pinellas County SO

BLAIR,RONALD,J

LOPEZ

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.078Control Test 02:20

0.000Air Blank 02:20

# 1Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2603/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

03:08

Pinellas County SO

GASSEN,STEPHEN

02/27/2017

AG505803

Tarpon Springs PD

BLAIR,RONALD,J

VALDERRAMA

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:25

# 1 0.221Subject Sample 03:25

1.105Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.222Subject Sample 03:28

2.054Breath Volume 03:28

0.000Air Blank 03:29

0.077Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:4903/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

03:15

Pinellas County SO

PERSAUD,COMPTON

02/27/2017

AG505803

Pinellas County SO

BLAIR,RONALD,J

KENSLER

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.077Control Test 03:44

0.000Air Blank 03:45

# 1Subject Sample 03:45 Subject Test Refused

0.000Breath Volume 03:45

0.000Air Blank 03:45

0.078Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:0903/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:34

Pinellas County SO

HOOD,C

02/27/2017

AG505803

Pinellas County SO

DEANE,M,

TURLEY

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.079Control Test 21:34

0.000Air Blank 21:34

# 1Subject Sample 21:34 Subject Test Refused

0.000Breath Volume 21:34

0.000Air Blank 21:35

0.079Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:0603/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:00

Pinellas County SO

EDWARDS,G

02/27/2017

AG505803

Belleair PD

DEANE,M,

BREINGAN

02/26/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.079Control Test 04:51

0.000Air Blank 04:51

# 1Subject Sample 04:51 Subject Test Refused

0.000Breath Volume 04:51

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 03/25/2016 22:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.


