
80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:5304/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

17:52

Volusia County SO

BRAMAN,JOHN

12/10/2018

203498

Volusia County SO

PECK,KEITH,D

BOWER

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:58

0.000Air Blank 18:58

0.080Control Test 18:58

0.000Air Blank 18:59

# 1 0.113Subject Sample 19:00

1.828Breath Volume 19:00

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.109Subject Sample 19:03

1.539Breath Volume 19:03

0.000Air Blank 19:03

0.080Control Test 19:04

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 04/18/2016 13:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:2504/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:48

17:23

Volusia County SO

BRAMAN,JOHN

12/10/2018

203498

Volusia County SO

BRAMAN,JOHN,S

MAYER

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:13

0.000Air Blank 18:14

0.081Control Test 18:14

0.000Air Blank 18:14

# 1 0.255Subject Sample 18:15

1.281Breath Volume 18:15

0.000Air Blank 18:15

0.000Air Blank 18:17

# 2 0.263Subject Sample 18:18

1.839Breath Volume 18:18

0.000Air Blank 18:19

0.081Control Test 18:19

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 04/18/2016 13:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5104/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:02

Volusia County SO

BRAMAN,JOHN

12/10/2018

203498

Volusia County SO

BRAMAN,JOHN,S

ATCHISON

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1 0.201Subject Sample 04:27

1.714Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.204Subject Sample 04:31

2.375Breath Volume 04:31

0.000Air Blank 04:31

0.081Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 04/18/2016 13:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:3304/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:39

19:20

Volusia County SO

BRAMAN,JOHN

12/10/2018

203498

Volusia County SO

PECK,KEITH,D

MCMAHAN

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.080Control Test 20:01

0.000Air Blank 20:01

# 1Subject Sample 20:02 Subject Test Refused

0.000Breath Volume 20:02

0.000Air Blank 20:02

0.080Control Test 20:02

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 04/18/2016 13:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0504/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:12

Volusia County SO

WHEELER,TIM

12/10/2018

203498

Volusia County SO

PECK,KEITH,D

JOHNSON

03/16/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

# 1 0.259Subject Sample 00:53

1.273Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.248Subject Sample 00:57

1.734Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 04/18/2016 13:36

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:1404/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:57

Volusia County SO

COKER,BRYAN

12/10/2018

203498

Volusia County SO

GORANOVICH,AMY,L

BEIER

04/18/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:42

0.000Air Blank 19:43

0.080Control Test 19:43

0.000Air Blank 19:44

# 1 0.122Subject Sample 19:45

3.414Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.118Subject Sample 19:48

2.382Breath Volume 19:48

0.000Air Blank 19:49

0.079Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 05/06/2016 14:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:39:3904/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

16:11

Volusia County SO

EATON,LT

12/10/2018

203498

FFWCC (Ocala)

IHNKEN',MATTHEW',D

PRENTICE

04/18/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:33

0.000Air Blank 17:34

0.080Control Test 17:34

0.000Air Blank 17:34

# 1 0.000Subject Sample 17:35

1.585Breath Volume 17:35

0.000Air Blank 17:35

0.000Air Blank 17:37

# 2 0.000Subject Sample 17:38

2.031Breath Volume 17:38

0.000Air Blank 17:38

0.081Control Test 17:39

0.000Air Blank 17:39

OKDiagnostics Check 17:39

Data Download Date/Time: 05/06/2016 14:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:3804/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:04

Volusia County SO

RAY,ROBERT

12/10/2018

203498

FHP Troop D

WINGARD,JEFF,B

REESE

04/18/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.081Control Test 23:54

0.000Air Blank 23:54

# 1 0.199Subject Sample 23:55

1.203Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.201Subject Sample 23:59

1.382Breath Volume 23:59

0.000Air Blank 23:59

0.081Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 05/06/2016 14:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:3204/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:34

St. John's County SO

BRIGGS,JASON

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

CRAMER 3

03/31/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.081Control Test 00:38

0.000Air Blank 00:39

# 1 0.209Subject Sample 00:39

2.292Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.199Subject Sample 00:43

1.707Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 04/28/2016 13:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:3604/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:03

St. John's County SO

SASTRE,STACCI

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

HERSHEY

03/31/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.080Control Test 01:08

0.000Air Blank 01:09

# 1Subject Sample 01:09 Subject Test Refused

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 04/28/2016 13:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:3804/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:40

St. Augustine PD

FLOYD,JOHN

01/31/2017

1626932

St. John's County SO

SHIRSHIKOVA,ALINA,A

MCGEE

03/31/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:23

0.080Control Test 19:24

0.000Air Blank 19:24

# 1 0.262Subject Sample 19:25

3.441Breath Volume 19:25

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2 0.263Subject Sample 19:28

3.339Breath Volume 19:28

0.000Air Blank 19:28

0.078Control Test 19:29

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 04/28/2016 13:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2804/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:25

St. Augustine Beach

CATOGGIO,LYNN

01/31/2017

1626932

St. John's County SO

WINTERS,ERIN,M

PACETTI

03/31/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

# 1 0.217Subject Sample 23:45

1.941Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.203Subject Sample 23:48

1.875Breath Volume 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 04/28/2016 13:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:3404/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:24

St. John's County SO

GILLESPIE,NATALIE

01/31/2017

1626932

St. Augustine Beach

SAGY,CHRISTOPHER,M

ALLEN

03/31/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:57

0.000Air Blank 02:57

# 1Subject Sample 02:58 Subject Test Refused

0.000Breath Volume 02:58

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 04/28/2016 13:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2004/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

20:32

St. John's County SO

DATSKO,NATHAN

01/31/2017

1626932

St. John's County SO

SAGY,CHRISTOPHER,M

FINNERTY

03/31/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.081Control Test 22:36

0.000Air Blank 22:36

# 1 0.219Subject Sample 22:38

1.429Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.240Subject Sample 22:41

2.031Breath Volume 22:41

0.000Air Blank 22:41

0.000Air Blank 22:43

# 3 0.241Subject Sample 22:44

1.390Breath Volume 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 04/28/2016 13:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:1604/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:58

St. John's County SO

CATOGGIO,JOAN

01/31/2017

1626932

St. John's County SO

KELLY,EZEKIEL,D

PACETTI

03/31/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

# 1 0.244Subject Sample 21:04

1.699Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.254Subject Sample 21:07

1.753Breath Volume 21:07

0.000Air Blank 21:08

0.077Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 04/28/2016 13:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:1804/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:17

St. John's County SO

JACKSON,JAMES

01/31/2017

1626932

St. John's County SO

KELLY,EZEKIEL,D

DAVOLI

04/28/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.081Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:15 Subject Test Refused

0.000Breath Volume 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 05/31/2016 09:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:18:5104/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:01

15:01

FHP Troop G

MOELLER,DEVIN

01/31/2017

1626932

FHP Troop G

MOELLER,DEVIN,S

PRENTICE

04/28/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:11

0.000Air Blank 16:11

0.081Control Test 16:12

0.000Air Blank 16:12

# 1 0.224Subject Sample 16:13

1.496Breath Volume 16:13

0.000Air Blank 16:14

0.000Air Blank 16:16

# 2 0.222Subject Sample 16:17

1.566Breath Volume 16:17

0.000Air Blank 16:17

0.080Control Test 16:18

0.000Air Blank 16:18

OKDiagnostics Check 16:18

Data Download Date/Time: 05/31/2016 09:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:5004/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

05:49

Daytona Beach PD

MANJASEK,ALEXANDER

08/06/2018

14968

Daytona Beach PD

DUNNE,JUSTIN,R

ALAMRI

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:34

0.000Air Blank 06:34

0.081Control Test 06:35

0.000Air Blank 06:35

# 1Subject Sample 06:37 Subject Test Refused

0.042Breath Volume 06:37

0.000Air Blank 06:37

0.082Control Test 06:38

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:09:4904/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:31

17:14

Daytona Beach PD

YANKOWSKI,CHARLES

08/06/2018

14968

Daytona Beach PD

WARD,JAMES,A

GUGLIELMO

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:02

0.000Air Blank 18:03

0.081Control Test 18:03

0.000Air Blank 18:04

# 1 0.142Subject Sample 18:05

2.886Breath Volume 18:05

0.000Air Blank 18:05

0.000Air Blank 18:07

# 2 0.137Subject Sample 18:08

2.898Breath Volume 18:08

0.000Air Blank 18:08

0.080Control Test 18:09

0.000Air Blank 18:09

OKDiagnostics Check 18:09

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:0004/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:03

Daytona Beach PD

CONLEY,SHAWNA

08/06/2018

14968

Daytona Beach PD

CONLEY,SHAWNA,A

SNEDEKER

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:59

# 1 0.103Subject Sample 23:00

2.824Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.105Subject Sample 23:03

1.792Breath Volume 23:03

0.000Air Blank 23:04

0.081Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:05

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:14:5804/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:47

15:08

Daytona Beach PD

ROMAN,ABISAI

08/06/2018

14968

Daytona Beach PD

LEWANDOWSKI,BRIAN,J

FLYNN

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:07

0.000Air Blank 16:07

0.081Control Test 16:08

0.000Air Blank 16:08

# 1 0.213Subject Sample 16:09

1.304Breath Volume 16:09

0.000Air Blank 16:10

0.000Air Blank 16:11

# 2 0.227Subject Sample 16:13

2.242Breath Volume 16:13

0.000Air Blank 16:14

0.081Control Test 16:14

0.000Air Blank 16:14

OKDiagnostics Check 16:14

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:17:2304/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

06:40

Daytona Beach PD

JESSMER,STEVEN

08/06/2018

14968

Daytona Beach PD

CATALANO,STEVEN,D

CYRAN

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:11

0.000Air Blank 07:11

0.081Control Test 07:12

0.000Air Blank 07:12

# 1 0.127Subject Sample 07:13

2.039Breath Volume 07:13

0.000Air Blank 07:13

0.000Air Blank 07:15

# 2 0.131Subject Sample 07:15

2.050Breath Volume 07:15

0.000Air Blank 07:16

0.080Control Test 07:16

0.000Air Blank 07:17

OKDiagnostics Check 07:17

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:4904/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

19:32

Daytona Beach PD

CONLEY,SHAWNA

08/06/2018

14968

Daytona Beach PD

CONLEY,SHAWNA,A

LICHTEN

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.081Control Test 23:24

0.000Air Blank 23:25

# 1Subject Sample 23:25 Subject Test Refused

0.000Breath Volume 23:25

0.000Air Blank 23:25

0.081Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:5904/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:44

Daytona Beach PD

PIGNATARO,STEVEN

08/06/2018

14968

Daytona Beach PD

CONLEY,SHAWNA,A

VANDERHOOF

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.081Control Test 21:41

0.000Air Blank 21:42

# 1Subject Sample 21:42 Subject Test Refused

0.000Breath Volume 21:42

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:00:1804/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

17:23

Daytona Beach PD

SHORE,TIMOTHY

08/06/2018

14968

Daytona Beach PD

MARTIN,STERLIGN,R

STACK

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.080Control Test 17:55

0.000Air Blank 17:55

# 1 0.000Subject Sample 17:56

2.945Breath Volume 17:56

0.000Air Blank 17:56

0.000Air Blank 17:58

# 2 0.000Subject Sample 17:58

2.835Breath Volume 17:58

0.000Air Blank 17:59

0.081Control Test 17:59

0.000Air Blank 18:00

OKDiagnostics Check 18:00

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:2804/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:01

Daytona Beach PD

SYLVESTER,ANGELICA

08/06/2018

14968

Daytona Beach PD

MARTIN,STERLING,R

SELFE

03/29/2016

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:57

0.000Air Blank 00:57

# 1 0.203Subject Sample 00:58

1.425Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.202Subject Sample 01:01

2.125Breath Volume 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 04/26/2016 20:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3204/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:02

Flagler County SO

DUENAS,J

07/05/2016

16014080A2

Flagler County SO

WEAVER,D,

JOHNSON

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.000Control Test 03:39 RFI Detect

0.000Air Blank 03:39

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3704/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:02

Flagler County SO

DUENAS,J

07/05/2016

16014080A2

Flagler County SO

WEAVER,D,

JOHNSON

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.078Control Test 03:41

0.000Air Blank 03:42

# 1 0.142Subject Sample 03:43

2.074Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.130Subject Sample 03:46

1.269Breath Volume 03:46

0.000Air Blank 03:46

0.078Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:1004/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:40

Flagler County SO

PARTHEMORE,D

07/05/2016

16014080A2

Flagler County SO

WEAVER,D,

GOLLA

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.078Control Test 04:25

0.000Air Blank 04:26

# 1 0.161Subject Sample 04:26

2.269Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.152Subject Sample 04:29

1.593Breath Volume 04:29

0.000Air Blank 04:30

0.078Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:5604/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:27

Flagler Beach PD

BEAUSOLEIL,ARRON

07/05/2016

16014080A2

Flagler County SO

MCCRANEY,JOSEPH,S

WILLIAMSON

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.076Control Test 21:39

0.000Air Blank 21:40

# 1Subject Sample 21:40 Subject Test Refused

0.000Breath Volume 21:40

0.000Air Blank 21:41

0.077Control Test 21:41

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:4004/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:50

Flagler County SO

MALTA,DANIEL

07/05/2016

16014080A2

Flagler County SO

WEAVER,D,

NEWELL

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:18

0.079Control Test 20:18

0.000Air Blank 20:19

# 1 0.307Subject Sample 20:20

1.125Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:22

# 2 0.317Subject Sample 20:25

2.265Breath Volume 20:25

0.000Air Blank 20:25

0.079Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:2304/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:45

Flagler County SO

MALHEIROS,NANCY

07/05/2016

16014080A2

Flagler County SO

KEMP,FREDERICK,R

SIKES

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

# 1 0.144Subject Sample 04:34

1.949Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.141Subject Sample 04:36

1.457Breath Volume 04:36

0.000Air Blank 04:37

0.077Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3404/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:12

Flagler County SO

PETKOVSEK,RICHARD

07/05/2016

16014080A2

Flagler County SO

BEAUSOLEIL,AARON,F

SMITH

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.113Subject Sample 02:59

1.195Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.112Subject Sample 03:02

1.195Breath Volume 03:02

0.000Air Blank 03:02

0.078Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:0104/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:25

Flagler County SO

2C12,TROY

07/05/2016

16014080A2

Flagler County SO

KEMP,FREDERICK,R

PITTOCHI

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:18

# 1Subject Sample 23:18 Subject Test Refused

0.000Breath Volume 23:18

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:20

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:4304/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:37

Flagler County SO

RAINEY,CRISTA

07/05/2016

16014080A2

Flagler County SO

KEMP,FREDERICK,R

GASTALDI

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1Subject Sample 23:42 Subject Test Refused

0.000Breath Volume 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:2304/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:13

Flagler County SO

MEEHAN,SHANE

07/05/2016

16014080A2

Flagler County SO

MEEHAN,SHANE,P

LOCHAB

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

# 1Subject Sample 00:23 No Sample Provided

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.152Subject Sample 00:28 Volume Not Met

0.136Breath Volume 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:3904/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:04

Flagler County SO

MILLER,M

07/05/2016

16014080A2

Flagler County SO

MEEHAN,SHANE,P

MORRIS

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:37

# 1 0.159Subject Sample 01:38

2.085Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.167Subject Sample 01:42

1.417Breath Volume 01:42

0.000Air Blank 01:42

0.078Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:2204/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:02

17:12

Flagler County SO

BRECKWOLDT,MICHAEL

07/05/2016

16014080A2

Flagler County SO

PRIEMER,AMANDA,M

ROBINSON

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:31

0.000Air Blank 18:31

0.079Control Test 18:31

0.000Air Blank 18:32

# 1 0.245Subject Sample 18:32

1.640Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:35

# 2 0.242Subject Sample 18:35

1.523Breath Volume 18:35

0.000Air Blank 18:36

0.078Control Test 18:36

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:2304/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

22:43

Flagler County SO

ROSSI,CRAIG

07/05/2016

16014080A2

Flagler County SO

WILLIAMS,JASON,B

DUGGAN

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.076Control Test 00:28

0.000Air Blank 00:29

# 1 0.225Subject Sample 00:30

1.945Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.221Subject Sample 00:33

2.179Breath Volume 00:33

0.000Air Blank 00:34

0.075Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0404/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:24

Flagler County SO

TAYLOR,CHRISTOPHER

07/05/2016

16014080A2

Flagler County SO

BEAUSOLEIL,AARON,F

DIAS

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

# 1 0.018Subject Sample 23:33

1.187Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.018Subject Sample 23:36

1.117Breath Volume 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:38

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0204/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:14

Flagler County SO

PETKOVSEK,RICHARD

07/05/2016

16014080A2

Flagler County SO

COWAN,ALICIA,M

KANE

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

# 1 0.119Subject Sample 02:29

1.996Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.110Subject Sample 02:34 Volume Not Met

0.578Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 3 0.117Subject Sample 02:37

1.812Breath Volume 02:37

0.000Air Blank 02:38

0.077Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:39

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:29:2804/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:03

14:17

Flagler County SO

MEEHAN,SHANE

07/05/2016

16014080A2

Flagler County SO

FAIRCLOTH,EDWARD,W

HENDRIX

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:23

0.000Air Blank 15:23

0.078Control Test 15:24

0.000Air Blank 15:24

# 1 0.145Subject Sample 15:25

2.890Breath Volume 15:25

0.000Air Blank 15:25

0.000Air Blank 15:27

# 2 0.144Subject Sample 15:27

2.230Breath Volume 15:27

0.000Air Blank 15:28

0.078Control Test 15:28

0.000Air Blank 15:29

OKDiagnostics Check 15:29

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:49:0204/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:19

14:43

Flagler County SO

CAVAS,T

07/05/2016

16014080A2

Flagler County SO

MEEHAN,SHANE,P

MULLANE

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:41

0.000Air Blank 15:41

0.079Control Test 15:42

0.000Air Blank 15:42

# 1 0.123Subject Sample 15:43

1.492Breath Volume 15:43

0.000Air Blank 15:44

0.000Air Blank 15:46

# 2 0.129Subject Sample 15:47

3.257Breath Volume 15:47

0.000Air Blank 15:48

0.079Control Test 15:48

0.000Air Blank 15:48

OKDiagnostics Check 15:49

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:0504/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:58

Flagler Beach PD

VINCENT,JUSTIN

07/05/2016

16014080A2

Flagler Beach PD

YELVINGTON,AUSTIN,R

PENTA

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1 0.143Subject Sample 23:42

1.507Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.143Subject Sample 23:45

1.320Breath Volume 23:45

0.000Air Blank 23:46

0.079Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:2304/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:12

Flagler County SO

PRIESTER,PAULA

07/05/2016

16014080A2

Flagler County SO

KEMP,FREDERICK,R

WHITE

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.078Control Test 20:51

0.000Air Blank 20:51

# 1Subject Sample 20:52 Subject Test Refused

0.000Breath Volume 20:52

0.000Air Blank 20:52

0.078Control Test 20:52

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3604/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:05

Flagler County SO

FLANARY,SHANTEL

07/05/2016

16014080A2

Flagler County SO

WILLIAMS,JASON,B

STENS

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.079Control Test 01:01

0.000Air Blank 01:01

# 1Subject Sample 01:04 No Sample Provided

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2Subject Sample 01:10 No Sample Provided

0.000Breath Volume 01:10

0.000Air Blank 01:10

0.079Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1004/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

23:31

Flagler County SO

FINN,ROBERT

07/05/2016

16014080A2

Flagler County SO

PRIEMER,AMANDA,M

SHAMBURG

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.079Control Test 01:03

0.000Air Blank 01:03

# 1 0.041Subject Sample 01:06

1.179Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.042Subject Sample 01:11

1.523Breath Volume 01:11

0.000Air Blank 01:12

0.077Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:3704/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

18:44

Flagler County SO

STOGDON,BRAD

07/05/2016

16014080A2

Flagler County SO

PRIEMER,AMANDA,M

ROBINSON

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

# 1 0.000Subject Sample 21:03

1.632Breath Volume 21:03

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.000Subject Sample 21:09 Volume Not Met

0.476Breath Volume 21:09

0.000Air Blank 21:09

0.000Air Blank 21:11

# 3 0.000Subject Sample 21:12

1.933Breath Volume 21:12

0.000Air Blank 21:12

0.078Control Test 21:13

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:53:0104/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:21

13:58

Flagler County SO

PREVATT,JENNIFER

07/05/2016

16014080A2

Flagler County SO

PREVATT,JENNIFER,M

KOWALCZYK

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:46

0.000Air Blank 15:47

0.079Control Test 15:47

0.000Air Blank 15:48

# 1 0.242Subject Sample 15:48

2.296Breath Volume 15:48

0.000Air Blank 15:49

0.000Air Blank 15:51

# 2 0.241Subject Sample 15:51

2.375Breath Volume 15:51

0.000Air Blank 15:52

0.079Control Test 15:52

0.000Air Blank 15:52

OKDiagnostics Check 15:53

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:0604/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:28

Flagler County SO

PETKOVSEK,R

07/05/2016

16014080A2

Flagler County SO

WEAVER,D,

WAINDLE

03/09/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.078Control Test 21:32

0.000Air Blank 21:32

# 1 0.148Subject Sample 21:33

1.394Breath Volume 21:33

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.145Subject Sample 21:36

1.394Breath Volume 21:36

0.000Air Blank 21:37

0.078Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 04/29/2016 14:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5504/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:36

Broward County SO

FERNANDEZ,NICHOLAS

01/14/2018

1789170

Miramar PD

TILLMAN,SHEILA,L

GIRON

04/25/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.078Control Test 00:59

0.000Air Blank 00:59

# 1 0.187Subject Sample 01:00

1.339Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:02

# 2 0.200Subject Sample 01:04

2.355Breath Volume 01:04

0.000Air Blank 01:05

0.077Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 05/24/2016 16:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:5204/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

16:18

Broward County SO

OLIVARES,DANIEL

01/14/2018

1789170

Miramar PD

DICIENZO,FRANCA,R

RAWLINS

04/25/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:09

0.000Air Blank 18:10

0.078Control Test 18:10

0.000Air Blank 18:11

# 1Subject Sample 18:11 RFI Detect

0.000Breath Volume 18:11

0.000Air Blank 18:11

0.079Control Test 18:12

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 05/24/2016 16:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:5004/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

16:18

Broward County SO

OLIVARES,DANIEL

01/14/2018

1789170

Miramar PD

DICIENZO,FRANCA,R

RAWLINS

04/25/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:16

0.000Air Blank 18:16

0.078Control Test 18:17

0.000Air Blank 18:17

# 1 0.257Subject Sample 18:18

1.175Breath Volume 18:18

0.000Air Blank 18:19

0.000Air Blank 18:21

# 2Subject Sample 18:21 RFI Detect

0.062Breath Volume 18:21

Air Blank 18:22 RFI Detect

0.000Air Blank 18:22

Data Download Date/Time: 05/24/2016 16:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:5704/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

16:18

Broward County SO

OLIVARES,DANIEL

01/14/2018

1789170

Miramar PD

DICIENZO,FRANCA,R

RAWLINS

04/25/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.078Control Test 18:27

0.000Air Blank 18:27

# 1 0.220Subject Sample 18:30 Volume Not Met

0.234Breath Volume 18:30

0.000Air Blank 18:31

0.000Air Blank 18:33

# 2 0.237Subject Sample 18:34

1.308Breath Volume 18:34

0.000Air Blank 18:35

0.000Air Blank 18:37

# 3 0.250Subject Sample 18:38

1.175Breath Volume 18:38

0.000Air Blank 18:39

0.076Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 05/24/2016 16:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:33:0804/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:01

14:43

Broward County SO

BERMAN,GARY

01/14/2018

1789170

Broward County SO

TILLMAN,SHEILA,L

BACZEK

04/25/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:27

0.000Air Blank 16:27

0.078Control Test 16:27

0.000Air Blank 16:28

# 1 0.207Subject Sample 16:28

1.414Breath Volume 16:28

0.000Air Blank 16:29

0.000Air Blank 16:31

# 2 0.216Subject Sample 16:31

1.351Breath Volume 16:31

0.000Air Blank 16:32

0.078Control Test 16:32

0.000Air Blank 16:33

OKDiagnostics Check 16:33

Data Download Date/Time: 05/24/2016 16:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:3304/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:00

Broward County SO

MEHER,KASEY

01/14/2018

1789170

Sunrise PD

FRAZIER,ANAYA,S

MARTIN

04/25/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.077Control Test 20:11

0.000Air Blank 20:12

# 1 0.253Subject Sample 20:15 Volume Not Met

1.042Breath Volume 20:15

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2Subject Sample 20:18 Subject Test Refused

0.000Breath Volume 20:18

0.000Air Blank 20:18

0.076Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 05/24/2016 16:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:0604/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

04:40

OTHER Local

OWEN,SCOTT

07/05/2016

16014080A2

OTHER Local

OWEN,SCOTT,F

MURPHY

03/08/2016

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:49

0.000Air Blank 05:50

0.079Control Test 05:50

0.000Air Blank 05:51

# 1 0.127Subject Sample 05:51

2.226Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:54

# 2 0.125Subject Sample 05:54

2.730Breath Volume 05:54

0.000Air Blank 05:55

0.079Control Test 05:55

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 04/28/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:4804/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:29

OTHER Local

OWEN,SCOTT

07/05/2016

16014080A2

OTHER Local

OWEN,SCOTT,F

BAYLIFF

03/08/2016

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.080Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 04/28/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:1404/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:40

OTHER Local

OWEN,SCOTT

07/05/2016

16014080A2

OTHER Local

OWEN,SCOTT,F

HEABERLIN

03/08/2016

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.079Control Test 20:53

0.000Air Blank 20:54

# 1 0.013Subject Sample 20:55

1.390Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.008Subject Sample 20:58

2.183Breath Volume 20:58

0.000Air Blank 20:59

0.078Control Test 20:59

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 04/28/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:4804/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

22:06

Manatee County SO

MAKAI,MICHAEL

04/08/2018

184081

Manatee County SO

MAKAI,MICHAEL,T

CANUTMADERA

04/22/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.079Control Test 22:27

0.000Air Blank 22:27

# 1Subject Sample 22:31 No Sample Provided

0.000Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2Subject Sample 22:34 Subject Test Refused

0.000Breath Volume 22:34

0.000Air Blank 22:34

0.080Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 05/25/2016 09:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5704/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:58

Manatee County SO

MAKAI,MICHAEL

04/08/2018

184081

Manatee County SO

MAKAI,MICHAEL,T

CRUZ

04/22/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:21

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 05/25/2016 09:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:1804/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:07

Haines City PD

TURNER,LATORIAN

06/01/2016

12014080A1

OTHER Local

MULDERRIG,SEAN,F

ROBERTSON

03/13/2016

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.081Control Test 00:31

0.000Air Blank 00:32

# 1 0.212Subject Sample 00:32

3.312Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.210Subject Sample 00:35

3.558Breath Volume 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 04/17/2016 10:43

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1104/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:54

Haines City PD

TUCKER,WILLIAM

06/01/2016

12014080A1

Haines City PD

MULDERRIG,SEAN,F

MARTY

04/17/2016

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 05/15/2016 10:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4404/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:42

Haines City PD

MULDERRIG,SEAN

06/01/2016

12014080A1

Haines City PD

MULDERRIG,SEAN,F

BROOKS

04/17/2016

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.201Subject Sample 00:40

1.863Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.208Subject Sample 00:43

1.925Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 05/15/2016 10:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:1804/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:12

OTHER Local

TURNER,LATORIAN

06/01/2016

12014080A1

OTHER Local

LUCAS,NATHANIEL,

RIVERA

04/17/2016

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.081Control Test 20:18

0.000Air Blank 20:18

# 1 0.000Subject Sample 20:19

1.968Breath Volume 20:19

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.000Subject Sample 20:21

1.843Breath Volume 20:21

0.000Air Blank 20:22

0.081Control Test 20:22

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 05/15/2016 10:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:3404/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:03

Davenport PD

DIGENNARO,SHARON

06/01/2016

12014080A1

Davenport PD

LUCAS,NATHANIEL,

SMITH

04/17/2016

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:55

# 1 0.213Subject Sample 21:55

2.500Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.214Subject Sample 21:58

1.628Breath Volume 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 05/15/2016 10:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:42:2204/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

17:32

Ormond Beach PD

KNIGHT,SHADOW

02/04/2019

279870

Holly Hills PD

GARNER,MICHAEL,D

PETERS

03/30/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.081Control Test 18:34

0.000Air Blank 18:35

# 1Subject Sample 18:38 No Sample Provided

0.000Breath Volume 18:38

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2Subject Sample 18:41 Subject Test Refused

0.000Breath Volume 18:41

0.000Air Blank 18:41

0.081Control Test 18:41

0.000Air Blank 18:42

OKDiagnostics Check 18:42

Data Download Date/Time: 04/29/2016 09:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:0404/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:37

Ormond Beach PD

GARNER,MICHAEL

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

RAYMONDI

03/30/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:27

# 1 0.213Subject Sample 04:30

1.335Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.207Subject Sample 04:33

2.843Breath Volume 04:33

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:35

Data Download Date/Time: 04/29/2016 09:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:1004/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

18:13

Ormond Beach PD

SANDERS,L

02/04/2019

279870

Ormond Beach PD

WARMINGTON,WILLIAM,G

MORRIS

03/30/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:04

0.000Air Blank 19:04

0.080Control Test 19:05

0.000Air Blank 19:05

# 1Subject Sample 19:05 Subject Test Refused

0.000Breath Volume 19:05

0.000Air Blank 19:06

0.080Control Test 19:06

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 04/29/2016 09:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2504/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

22:59

Ormond Beach PD

HOWARD,JAKE

02/04/2019

279870

Ormond Beach PD

PEARSON,ROBERT,B

ZACHARIUS

03/30/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1 0.206Subject Sample 00:24

2.019Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.199Subject Sample 00:27

2.058Breath Volume 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 04/29/2016 09:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:5304/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

02:47

Ormond Beach PD

WOOD,SALLY

02/04/2019

279870

Ormond Beach PD

GARNER,MICHAEL,D

COOPER

04/29/2016

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

# 1 0.160Subject Sample 04:07

2.003Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.170Subject Sample 04:10

2.382Breath Volume 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 05/28/2016 09:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:53:0904/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:15

15:07

Orange City PD

JONES,BRENT

11/05/2016

28214080A1

Orange City PD

JONES,BRENT,M

LOPENZO

03/18/2016

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:46

0.000Air Blank 15:47

0.078Control Test 15:47

0.000Air Blank 15:47

# 1 0.183Subject Sample 15:48

1.816Breath Volume 15:48

0.000Air Blank 15:49

0.000Air Blank 15:50

# 2 0.193Subject Sample 15:51

1.886Breath Volume 15:51

0.000Air Blank 15:52

0.079Control Test 15:52

0.000Air Blank 15:53

OKDiagnostics Check 15:53

Data Download Date/Time: 04/20/2016 10:23

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:47:5004/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

09:47

Clermont PD

REASONER,DEBBIE

01/04/2019

237365

Clermont PD

REASONER,DEBBIE,

TORRES

03/28/2016

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:41

0.000Air Blank 10:41

0.082Control Test 10:42

0.000Air Blank 10:42

# 1 0.039Subject Sample 10:43

1.878Breath Volume 10:43

0.000Air Blank 10:43

0.000Air Blank 10:45

# 2 0.040Subject Sample 10:46

1.429Breath Volume 10:46

0.000Air Blank 10:46

0.080Control Test 10:47

0.000Air Blank 10:47

OKDiagnostics Check 10:47

Data Download Date/Time: 04/27/2016 17:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1104/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:24

Lady Lake PD

GEHRSITZ,CHARLES

08/05/2017

18015080A2

Lady Lake PD

SARAKINIS,THOMAS,S

BEYERS

03/06/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:18

# 1Subject Sample 03:22 No Sample Provided

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.229Subject Sample 03:25

3.656Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 3Subject Sample 03:30 No Sample Provided

0.000Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 04/25/2016 18:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4204/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:24

Lady Lake PD

GEHRSITZ,CHARLES

08/05/2017

18015080A2

Lady Lake PD

SARAKINIS,THOMAS,S

BEYERS

03/06/2016

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:36

# 1Subject Sample 03:37 Subject Test Refused

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.081Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 04/25/2016 18:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001178CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:5204/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:40

Miami Beach PD

FERNANDEZ,JAVIER

01/14/2018

1789170

Miami Beach PD

GUASTO,NICHOLAS,L

MARTIN

03/10/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.081Control Test 22:19

0.000Air Blank 22:20

# 1Subject Sample 22:20 Subject Test Refused

0.000Breath Volume 22:20

0.000Air Blank 22:20

0.081Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 04/22/2016 18:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001178CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:5704/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:29

Miami Beach PD

CALLAN,TONY

01/14/2018

1789170

Miami Beach PD

GUASTO,NICHOLAS,L

MCGEE

03/10/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.167Subject Sample 02:11

1.378Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.166Subject Sample 02:14

2.378Breath Volume 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 04/22/2016 18:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001178CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5604/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:55

Miami Beach PD

MUNSCHY,PATRICK

01/14/2018

1789170

Bay Harbor Island PD

GUASTO,NICHOLAS,L

ROUHANA

03/10/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 04/22/2016 18:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001178CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4404/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:15

Miami Beach PD

MILIAN,KEVIN

01/14/2018

1789170

Miami Beach PD

RODRIGUEZ,RICHARD,

HERMOSO PASTRANA

03/10/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

# 1 0.000Subject Sample 03:46 Volume Not Met

0.000Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2Subject Sample 03:51 Subject Test Refused

0.230Breath Volume 03:51

0.000Air Blank 03:51

0.081Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 04/22/2016 18:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001178CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:0904/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:29

Miami Beach PD

FERNANDEZ,JAVIER

01/14/2018

1789170

Miami Beach PD

FERNANDEZ,JAVIER,

MILLS

03/10/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

# 1Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 04/22/2016 18:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001179CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:0704/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

06:21

OTHER State

LUDTKE,CHRISTOPHER

02/24/2019

279870

OTHER State

LUDTKE,CHRISTOPHER,E

PULIDO

03/07/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:10

0.081Control Test 19:11

0.000Air Blank 19:11

# 1Subject Sample 19:11 Subject Test Refused

0.000Breath Volume 19:11

0.000Air Blank 19:12

0.081Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 04/21/2016 12:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001179CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:29:1004/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:00

18:17

FFWCC (West Palm)

BLANCO,JUAN

02/24/2019

279870

FFWCC (West Palm)

DIAZ,ALEXANDER,

MORAT

03/07/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:22

0.000Air Blank 18:23

0.081Control Test 18:23

0.000Air Blank 18:24

# 1 0.155Subject Sample 18:24

2.152Breath Volume 18:24

0.000Air Blank 18:25

0.000Air Blank 18:27

# 2 0.148Subject Sample 18:27

1.500Breath Volume 18:27

0.000Air Blank 18:28

0.081Control Test 18:28

0.000Air Blank 18:29

OKDiagnostics Check 18:29

Data Download Date/Time: 04/21/2016 12:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001179CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:3904/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:50

21:17

FFWCC (West Palm)

HEIN,PAUL

02/24/2019

279870

FFWCC (West Palm)

DIAZ,ALEXANDER,

HERNANDEZ

03/07/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.081Control Test 22:16

0.000Air Blank 22:17

# 1Subject Sample 22:19 Subject Test Refused

0.000Breath Volume 22:19

0.000Air Blank 22:19

0.082Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 04/21/2016 12:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001179CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:4904/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:29

20:54

FFWCC (West Palm)

SARMIENTO,MICHAEL

02/24/2019

279870

FFWCC (West Palm)

REYNAUD,GEORGE,

RODRIGUEZ

03/07/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.081Control Test 21:51

0.000Air Blank 21:52

# 1Subject Sample 21:55 No Sample Provided

0.000Breath Volume 21:55

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2Subject Sample 21:58 Subject Test Refused

0.000Breath Volume 21:58

0.000Air Blank 21:58

0.082Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 04/21/2016 12:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:51:2304/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

05:54

Boca Raton PD

GANNON,BRIAN

11/05/2017

28515080A3

Boca Raton PD

JALIL,JIMMY,

DUNNING

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:45

0.000Air Blank 06:45

0.079Control Test 06:45

0.000Air Blank 06:46

# 1 0.236Subject Sample 06:46

2.628Breath Volume 06:46

0.000Air Blank 06:47

0.000Air Blank 06:49

# 2 0.233Subject Sample 06:49

2.078Breath Volume 06:49

0.000Air Blank 06:50

0.079Control Test 06:50

0.000Air Blank 06:51

OKDiagnostics Check 06:51

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5204/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:52

Boca Raton PD

JESIONEK,R

11/05/2017

28515080A3

Boca Raton PD

RUCCO,CHRISTOPHER,R

THOMPSON

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

Air Blank 02:35 RFI Detect

0.000Air Blank 02:35

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0004/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:52

Boca Raton PD

JESIONEK,R

11/05/2017

28515080A3

Boca Raton PD

RUCCO,CHRISTOPHER,R

THOMPSON

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:40

# 1 0.000Subject Sample 02:42

1.726Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.000Subject Sample 02:45

1.410Breath Volume 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:47

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:29:2904/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:59

06:50

Boca Raton PD

GENDEN,ERIC

11/05/2017

28515080A3

Boca Raton PD

GENDEN,ERIC,B

ANDERSON

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:23

0.000Air Blank 07:23

0.079Control Test 07:24

0.000Air Blank 07:24

# 1 0.192Subject Sample 07:25

1.929Breath Volume 07:25

0.000Air Blank 07:25

0.000Air Blank 07:27

# 2 0.180Subject Sample 07:27

2.035Breath Volume 07:27

0.000Air Blank 07:28

0.079Control Test 07:28

0.000Air Blank 07:29

OKDiagnostics Check 07:29

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:3004/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:33

Boca Raton PD

BRUGGERMAN,JARED

11/05/2017

28515080A3

Boca Raton PD

BURKE,ZACHARY,D

ELISTRATOVA

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.079Control Test 19:52

0.000Air Blank 19:52

# 1Subject Sample 19:53 Subject Test Refused

0.000Breath Volume 19:53

0.000Air Blank 19:53

0.078Control Test 19:53

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5404/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:10

Boca Raton PD

VAN CAMP,J

11/05/2017

28515080A3

Boca Raton PD

FRENZ,JONATHAN,R

DERRY

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:5304/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:36

Boca Raton PD

VAN CAMP,J

11/05/2017

28515080A3

Boca Raton PD

FRENZ,JONATHAN,R

STERRETT

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:5604/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:38

Boca Raton PD

JESIONEK,R

11/05/2017

28515080A3

Boca Raton PD

RUCCO,CHRISTOPHER,R

RIVERA

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:31

# 1Subject Sample 23:31 Subject Test Refused

0.000Breath Volume 23:31

0.000Air Blank 23:32

0.078Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:5104/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:02

Boca Raton PD

CRAWFORD,ANDREW

11/05/2017

28515080A3

Boca Raton PD

FONG,KENNETH,

LOREN

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.079Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:5004/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

19:20

Boca Raton PD

JESIONEK,R

11/05/2017

28515080A3

Boca Raton PD

MURPHY,B,J

SPAIRANI KNAUSS

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:08

# 1Subject Sample 20:08 Subject Test Refused

0.000Breath Volume 20:08

0.000Air Blank 20:08

0.079Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:1804/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:31

Boca Raton PD

CRAWFORD,ANDREW

11/05/2017

28515080A3

Boca Raton PD

FONG,KENNETH,

CYR

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5004/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:29

Boca Raton PD

BISSOON,S

11/05/2017

28515080A3

Boca Raton PD

MURPHY,BRITTANIE,J

WATERMAN

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:19

0.000Air Blank 02:19

# 1Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:4304/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

05:13

Boca Raton PD

MURPHY,BRITTANIE

11/05/2017

28515080A3

Boca Raton PD

JALIL,JIMMY,

MODESTO

03/08/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:03

0.079Control Test 06:03

0.000Air Blank 06:04

# 1Subject Sample 06:04 Subject Test Refused

0.000Breath Volume 06:04

0.000Air Blank 06:04

0.079Control Test 06:05

0.000Air Blank 06:05

OKDiagnostics Check 06:05

Data Download Date/Time: 04/18/2016 10:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:0704/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:32

Boca Raton PD

BISSOON,S

11/05/2017

28515080A3

Boca Raton PD

MURPHY,BRITTANIE,J

SILIEN

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:19

# 1 0.204Subject Sample 05:19

1.281Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.191Subject Sample 05:22

1.281Breath Volume 05:22

0.000Air Blank 05:23

0.079Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:5304/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

03:06

Boca Raton PD

VAN CAMP,JEFFERY

11/05/2017

28515080A3

Boca Raton PD

FRENZ,JONATHAN,R

BONAVIA

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:43

# 1 0.188Subject Sample 03:44

3.402Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:46

# 2 0.192Subject Sample 03:47

3.742Breath Volume 03:47

0.000Air Blank 03:47

0.079Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:33:2304/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:05

15:48

Boca Raton PD

JESIONEK,ROBERT

11/05/2017

28515080A3

Boca Raton PD

CARNEY,DANIEL,C

SMITH

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:30

0.000Air Blank 16:30

0.079Control Test 16:31

0.000Air Blank 16:31

# 1Subject Sample 16:32 Subject Test Refused

0.000Breath Volume 16:32

0.000Air Blank 16:32

0.079Control Test 16:32

0.000Air Blank 16:33

OKDiagnostics Check 16:33

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:0904/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:45

20:31

Boca Raton PD

VANCAMP,JEFFREY

11/05/2017

28515080A3

Boca Raton PD

GRAHAM,KEITH,T

ALMEIDA JUNIOR

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.079Control Test 21:11

0.000Air Blank 21:12

# 1 0.192Subject Sample 21:12

2.121Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.189Subject Sample 21:15

3.339Breath Volume 21:15

0.000Air Blank 21:16

0.079Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0104/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:46

Boca Raton PD

MARTZ,JEFFREY

11/05/2017

28515080A3

Boca Raton PD

VAN CAMP,JEFFERY,A

SANZO

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:39

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:58:0204/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

08:15

08:00

Boca Raton PD

BETHARD,ROSS

11/05/2017

28515080A3

Boca Raton PD

BETHARD,ROSS,K

SHULER

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:52

0.000Air Blank 08:52

0.079Control Test 08:53

0.000Air Blank 08:53

# 1 0.000Subject Sample 08:54

2.441Breath Volume 08:54

0.000Air Blank 08:54

0.000Air Blank 08:56

# 2Subject Sample 08:56 Subject Test Refused

0.000Breath Volume 08:56

0.000Air Blank 08:57

0.079Control Test 08:57

0.000Air Blank 08:57

OKDiagnostics Check 08:58

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:15:4904/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

08:15

08:00

Boca Raton PD

BETHARD,ROSS

11/05/2017

28515080A3

Boca Raton PD

BETHARD,ROSS,K

MOORE

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:09

0.000Air Blank 09:10

0.080Control Test 09:10

0.000Air Blank 09:11

# 1 0.000Subject Sample 09:11

1.570Breath Volume 09:11

0.000Air Blank 09:12

0.000Air Blank 09:14

# 2Subject Sample 09:14 Subject Test Refused

0.000Breath Volume 09:14

0.000Air Blank 09:14

0.079Control Test 09:15

0.000Air Blank 09:15

OKDiagnostics Check 09:15

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:1804/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:16

Boca Raton PD

FONG,KEN

11/05/2017

28515080A3

Boca Raton PD

JESIONEK,ROBERT,S

NAVARRA

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.079Control Test 00:04

0.000Air Blank 00:04

# 1Subject Sample 00:04 Subject Test Refused

0.000Breath Volume 00:04

0.000Air Blank 00:05

0.079Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:4304/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:35

Boca Raton PD

RUCCO,CHRIS

11/05/2017

28515080A3

Boca Raton PD

JESIONEK,ROBERT,S

MONACO

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:23

# 1Subject Sample 00:23 Subject Test Refused

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.079Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001183CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:3704/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:28

Boca Raton PD

CRAWFORD,ANDREW

11/05/2017

28515080A3

Boca Raton PD

FONG,KENNETH,

CASTILLO GARCIA

04/18/2016

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

# 1 0.050Subject Sample 04:45

2.238Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.048Subject Sample 04:48

2.585Breath Volume 04:48

0.000Air Blank 04:48

0.079Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 05/23/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2004/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:05

Stuart PD

ANGERVIL,CLAUDY

10/05/2017

24515080A2

Stuart PD

ANGERVIL,CLAUDY,P

TOMAS-MONTEJO

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

# 1 0.182Subject Sample 04:00

1.789Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.183Subject Sample 04:04

2.667Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:3104/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

19:03

Martin County SO

POLIZZI,CHRISTINE

10/05/2017

24515080A2

Martin County SO

TOMPKINS,NATALIE,T

TOMPKINS

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.081Control Test 19:44

0.000Air Blank 19:44

# 1 0.083Subject Sample 19:45

1.187Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.076Subject Sample 19:49

1.851Breath Volume 19:49

0.000Air Blank 19:49

0.081Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:1104/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:26

Martin County SO

BELLAS,DILLON

10/05/2017

24515080A2

Martin County SO

BELLAS,DILLON,A

HERNANDEZ

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.081Control Test 00:55

0.000Air Blank 00:56

# 1 0.231Subject Sample 00:56

3.070Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.220Subject Sample 00:59

2.390Breath Volume 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:5204/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

18:45

Martin County SO

ROOT,KATHRYN

10/05/2017

24515080A2

Martin County SO

ROOT,KATHRYN,

PAGAN

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.082Control Test 19:46

0.000Air Blank 19:47

# 1 0.000Subject Sample 19:48

1.937Breath Volume 19:48

0.000Air Blank 19:48

0.000Air Blank 19:50

# 2 0.000Subject Sample 19:51

1.964Breath Volume 19:51

0.000Air Blank 19:51

0.080Control Test 19:52

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4204/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:36

Martin County SO

BAKER,BRADFORD

10/05/2017

24515080A2

Martin County SO

BAKER,BRADFORD,B

PERTA

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:31

# 1 0.220Subject Sample 02:32

3.023Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.223Subject Sample 02:35

1.656Breath Volume 02:35

0.000Air Blank 02:35

0.082Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:0304/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:58

Martin County SO

BAKER,BRADFORD

10/05/2017

24515080A2

Martin County SO

BAKER,BRADFORD,B

MARQUEZ GUTIERREZ

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.082Control Test 00:53

0.000Air Blank 00:53

# 1 0.128Subject Sample 00:55

3.011Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.127Subject Sample 00:59

2.847Breath Volume 00:59

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:01

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:2604/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:10

Martin County SO

POLIZZI,CHRISTINE

12/05/2017

31715080A3

Martin County SO

POLIZZI,CHRISTINE,A

TANCREDI

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.080Control Test 02:47

0.000Air Blank 02:47

# 1 0.000Subject Sample 02:48

1.492Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.000Subject Sample 02:51

1.324Breath Volume 02:51

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:4904/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:25

Martin County SO

BAKER,BRADFORD

12/05/2017

31715080A3

Martin County SO

BAKER,BRADFORD,B

WHITFIELD

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.215Subject Sample 03:12 Volume Not Met

0.371Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:14

# 2 0.246Subject Sample 03:15

1.335Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 3 0.256Subject Sample 03:19

1.417Breath Volume 03:19

0.000Air Blank 03:19

0.080Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:1404/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:01

Martin County SO

BELLAS,DILLON

12/05/2017

31715080A3

Martin County SO

BELLAS,DILLON,A

LATORTUE

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

# 1 0.161Subject Sample 01:39

1.238Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:41

# 2 0.168Subject Sample 01:43

1.832Breath Volume 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:27:5704/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:49

Martin County SO

THOMAS,CHRISTOPHER

12/05/2017

31715080A3

Martin County SO

THOMAS,CHRISTOPHER,L

MAHLER

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.080Control Test 19:22

0.000Air Blank 19:23

# 1 0.153Subject Sample 19:23

2.316Breath Volume 19:23

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.161Subject Sample 19:26

2.113Breath Volume 19:26

0.000Air Blank 19:27

0.080Control Test 19:27

0.000Air Blank 19:27

OKDiagnostics Check 19:27

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:1104/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:56

Martin County SO

YUN,DAVID

12/05/2017

31715080A3

Martin County SO

YUN,DAVID,

JEUNE

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.147Subject Sample 03:01

1.996Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.145Subject Sample 03:04

1.875Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:57:0404/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

12:07

Martin County SO

PORCELLI,ANDREW

12/05/2017

31715080A3

Martin County SO

PORCELLI,ANDREW,

SMITH

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:51

0.000Air Blank 12:51

0.080Control Test 12:51

0.000Air Blank 12:52

# 1 0.000Subject Sample 12:52

2.535Breath Volume 12:52

0.000Air Blank 12:53

0.000Air Blank 12:55

# 2 0.000Subject Sample 12:55

2.136Breath Volume 12:55

0.000Air Blank 12:56

0.079Control Test 12:56

0.000Air Blank 12:56

OKDiagnostics Check 12:57

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2904/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

22:27

Stuart PD

KELSAY,DANIEL

12/05/2017

31715080A3

Stuart PD

KELSAY,DANIEL,J

DARGAN

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.158Subject Sample 01:44

2.453Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.152Subject Sample 01:47

1.343Breath Volume 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2304/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:08

Martin County SO

THOMAS,CHRISTOPHER

12/05/2017

31715080A3

Martin County SO

THOMAS,CHRISTOPHER,L

ETHERIDGE

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

# 1 0.087Subject Sample 04:49

1.265Breath Volume 04:49

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.087Subject Sample 04:51

1.492Breath Volume 04:51

0.000Air Blank 04:52

0.081Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4704/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:38

Martin County SO

BAKER,BRADFORD

12/05/2017

31715080A3

Martin County SO

BAKER,BRADFORD,B

DUSETTE

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.080Control Test 01:28

0.000Air Blank 01:28

# 1 0.176Subject Sample 01:30

1.402Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.195Subject Sample 01:34

2.195Breath Volume 01:34

0.000Air Blank 01:34

0.079Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2004/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:46

Martin County SO

YUN,DAVID

12/05/2017

31715080A3

Martin County SO

YUN,DAVID,

SANZ

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.120Subject Sample 02:19

1.605Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.111Subject Sample 02:22

1.628Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:1004/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

01:43

Martin County SO

BELLAS,DILLON

12/05/2017

31715080A3

Martin County SO

BELLAS,DILLON,A

RAMIREZ

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:15

# 1 0.160Subject Sample 03:16

2.402Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.159Subject Sample 03:20

2.152Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5604/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:22

Martin County SO

YUN,DAVID

12/05/2017

31715080A3

Martin County SO

YUN,DAVID,

GUTIERREZ

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.079Control Test 23:09

0.000Air Blank 23:09

# 1 0.325Subject Sample 23:10

1.500Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:12

# 2 0.323Subject Sample 23:13

1.343Breath Volume 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:4104/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:55

Stuart PD

LEE,COREY

12/05/2017

31715080A3

Stuart PD

LEE,COREY,C

BAILEY

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:55

# 1 0.257Subject Sample 22:55

1.949Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.230Subject Sample 22:59

1.761Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 3 0.274Subject Sample 23:02

2.214Breath Volume 23:02

0.000Air Blank 23:02

0.080Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:04:1304/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:24

15:06

Stuart PD

LEEDHAM,K

12/05/2017

31715080A3

Stuart PD

LEEDHAM,K,

STEVENSON

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:59

0.000Air Blank 16:00

0.081Control Test 16:00

0.000Air Blank 16:00

# 1Subject Sample 16:02 Subject Test Refused

0.000Breath Volume 16:02

0.000Air Blank 16:03

0.081Control Test 16:03

0.000Air Blank 16:04

OKDiagnostics Check 16:04

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1704/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:13

Martin County SO

POLIZZI,CHRISTINE

12/05/2017

31715080A3

Martin County SO

POLIZZI,CHRISTINE,A

SANDBURG

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:52

# 1 0.260Subject Sample 01:53

1.398Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:55

# 2 0.263Subject Sample 01:56

1.453Breath Volume 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:3004/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:45

FHP Troop L

GITTO,JUSTIN

12/05/2017

31715080A3

FHP Troop L

GITTO,JUSTIN,J

TUBBS

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1 0.000Subject Sample 02:44

4.070Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.000Subject Sample 02:47

2.738Breath Volume 02:47

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:2504/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:49

18:49

Stuart PD

VO,NGOAN

12/05/2017

31715080A3

Stuart PD

VO,NGOAN,H

SUTTLES

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:28

0.000Air Blank 19:29

0.080Control Test 19:29

0.000Air Blank 19:29

# 1 0.000Subject Sample 19:30

2.453Breath Volume 19:30

0.000Air Blank 19:30

0.000Air Blank 19:32

# 2 0.000Subject Sample 19:33

2.343Breath Volume 19:33

0.000Air Blank 19:33

0.081Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4504/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:16

Martin County SO

POLIZZI,CHRISTINE

12/05/2017

31715080A3

Martin County SO

POLIZZI,CHRISTINE,A

WHITE

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

# 1 0.156Subject Sample 02:50

1.464Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.155Subject Sample 02:54

2.199Breath Volume 02:54

0.000Air Blank 02:54

0.080Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:4904/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:33

Martin County SO

YUN,DAVID

12/05/2017

31715080A3

Martin County SO

YUN,DAVID,

HODGE

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:14

# 1 0.126Subject Sample 03:15

2.476Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2 0.124Subject Sample 03:19

2.128Breath Volume 03:19

0.000Air Blank 03:19

0.080Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2704/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:12

Martin County SO

YUN,DAVID

12/05/2017

31715080A3

Martin County SO

YUN,DAVID,

JIMENEZ

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

# 1 0.035Subject Sample 02:38

2.750Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2Subject Sample 02:44 No Sample Provided

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 3Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:2904/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:40

Stuart PD

LEE,COREY

12/05/2017

31715080A3

Stuart PD

LEE,COREY,C

VANSKYHAWK

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.081Control Test 00:18

0.000Air Blank 00:19

# 1 0.191Subject Sample 00:19

1.589Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.188Subject Sample 00:22

1.179Breath Volume 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:1904/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:44

FHP Troop L

STEELE,MARK

12/05/2017

31715080A3

FHP Troop L

STEELE,MARK,T

TIPPEL

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:30

# 1 0.000Subject Sample 22:31

4.210Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.000Subject Sample 22:33

3.500Breath Volume 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:1904/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:04

Stuart PD

PECCI,ZACHARY

12/05/2017

31715080A3

Stuart PD

PECCI,ZACHARY,A

BONANNO

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

Air Blank 00:40 RFI Detect

0.000Air Blank 00:41

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:4304/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:04

Stuart PD

PECCI,ZACHARY

12/05/2017

31715080A3

Stuart PD

PECCI,ZACHARY,A

BONANNO

03/24/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

# 1 0.155Subject Sample 00:46

1.234Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.147Subject Sample 00:49

1.714Breath Volume 00:49

0.000Air Blank 00:49

0.080Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 04/28/2016 14:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0304/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:03

Martin County SO

POLIZZI,CHRISTINE

12/05/2017

31715080A3

Martin County SO

POLIZZI,CHRISTINE,A

GIRALDO

04/28/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:46

# 1 0.169Subject Sample 00:46

1.250Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.178Subject Sample 00:50

1.925Breath Volume 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:52

Data Download Date/Time: 05/18/2016 14:32

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001189CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:4604/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:16

05:07

Martin County SO

BAKER,BRADFORD

12/05/2017

31715080A3

Martin County SO

BAKER,BRADFORD,B

LEOPOLD

04/28/2016

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:42

0.080Control Test 05:43

0.000Air Blank 05:43

# 1 0.110Subject Sample 05:44

3.355Breath Volume 05:44

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.111Subject Sample 05:47

2.632Breath Volume 05:47

0.000Air Blank 05:47

0.081Control Test 05:48

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 05/18/2016 14:32

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:4704/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:12

Panama City Beach PD

WURST,JOSHUA

03/13/2017

1650824

Panama City Beach PD

PUSEY,ANTHONY,C

LEBLANC

04/28/2016

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:46

# 1 0.235Subject Sample 04:47

1.410Breath Volume 04:47

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.232Subject Sample 04:50

1.718Breath Volume 04:50

0.000Air Blank 04:50

0.081Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 06/01/2016 14:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:5204/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:32

Collier County SO

GREDENDYK,R

06/01/2016

12014080A1

Collier County SO

CARRILLO,XAVIER,R

KOPP

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.077Control Test 01:34

0.000Air Blank 01:34

# 1 0.172Subject Sample 01:36

3.839Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.170Subject Sample 01:39

4.210Breath Volume 01:39

0.000Air Blank 01:39

0.077Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0504/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:14

Collier County SO

REUTHE,R.

06/01/2016

12014080A1

Collier County SO

GOODMAN,ROBERT,R

CAMARILLO

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.077Control Test 03:30

0.000Air Blank 03:30

# 1 0.138Subject Sample 03:31

1.378Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.140Subject Sample 03:34

2.253Breath Volume 03:34

0.000Air Blank 03:35

0.077Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:0004/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:29

Collier County SO

PEREZ,MIKE

06/01/2016

12014080A1

Naples PD

SHATTUCK,MICHELE,M

VELASQUEZ

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.077Control Test 04:31

0.000Air Blank 04:32

# 1 0.251Subject Sample 04:33

1.632Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:35

# 2 0.249Subject Sample 04:36

1.742Breath Volume 04:36

0.000Air Blank 04:37

0.077Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:38

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:2504/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:56

Collier County SO

CORNELIUS,TIM

06/01/2016

12014080A1

Collier County SO

CORNELIUS,TIM,

ULMER

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.077Control Test 02:16

0.000Air Blank 02:17

# 1 0.000Subject Sample 02:17

4.386Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.000Subject Sample 02:21

4.359Breath Volume 02:21

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2104/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:00

Collier County SO

SOLOMON,C

06/01/2016

12014080A1

Collier County SO

DECKER,STEPHEN,J

TORRES

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.078Control Test 04:57

0.000Air Blank 04:57

# 1 0.120Subject Sample 04:58

1.324Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.117Subject Sample 05:01

1.300Breath Volume 05:01

0.000Air Blank 05:02

0.078Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:30:3004/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:58

08:03

Collier County SO

BENOIT,J

06/01/2016

12014080A1

FHP Troop F

SAINT-FORT,PAUL,W

BROWN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:21

0.000Air Blank 09:21

0.077Control Test 09:21

0.000Air Blank 09:22

# 1 0.079Subject Sample 09:25

1.773Breath Volume 09:25

0.000Air Blank 09:26

0.000Air Blank 09:28

# 2 0.086Subject Sample 09:28

2.175Breath Volume 09:28

0.000Air Blank 09:29

0.077Control Test 09:29

0.000Air Blank 09:30

OKDiagnostics Check 09:30

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:1204/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:24

Collier County SO

MERCADO,D

06/01/2016

12014080A1

Collier County SO

BIERMAN,BRENT,

THOMASSEN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.078Control Test 00:58

0.000Air Blank 00:59

# 1 0.105Subject Sample 01:00

2.097Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.106Subject Sample 01:04

1.226Breath Volume 01:04

0.000Air Blank 01:05

0.077Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0404/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:25

Collier County SO

CORWIN,J

06/01/2016

12014080A1

Collier County SO

HOGAN,T,J

GRIFFEN

03/01/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.077Control Test 01:33

0.000Air Blank 01:33

# 1 0.138Subject Sample 01:34

1.156Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.144Subject Sample 01:37

2.632Breath Volume 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:39

Data Download Date/Time: 04/05/2016 17:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2604/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:00

Collier County SO

DECASTRO,M

03/05/2017

11315080A1

Collier County SO

WHITE,TIMOTHY,K

MARTINEZ

04/05/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.078Control Test 03:23

0.000Air Blank 03:24

# 1 0.100Subject Sample 03:24

1.359Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.095Subject Sample 03:27

1.851Breath Volume 03:27

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 05/11/2016 08:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:2504/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:24

Collier County SO

WILSON,A

03/05/2017

11315080A1

Collier County SO

WILSON,A,

SOTO

04/05/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.078Control Test 23:19

0.000Air Blank 23:19

# 1 0.168Subject Sample 23:22

2.675Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:24

# 2 0.164Subject Sample 23:25

1.613Breath Volume 23:25

0.000Air Blank 23:26

0.077Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 05/11/2016 08:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:4904/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:00

Collier County SO

CATANI,J

03/05/2017

11315080A1

Collier County SO

CATANI,J,V

CASTEEL

04/05/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.077Control Test 20:11

0.000Air Blank 20:12

# 1 0.330Subject Sample 20:13

1.824Breath Volume 20:13

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.326Subject Sample 20:16

1.519Breath Volume 20:16

0.000Air Blank 20:16

0.077Control Test 20:17

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 05/11/2016 08:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:3904/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:50

Collier County SO

BERNAGENE,FRITZLER

05/05/2017

11315080A1

Collier County SO

DIKEMAN,HOUSTON,M

CHACON

04/05/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.078Control Test 00:46

0.000Air Blank 00:46

# 1 0.022Subject Sample 00:47

2.652Breath Volume 00:47

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.020Subject Sample 00:50

2.988Breath Volume 00:50

0.000Air Blank 00:50

0.078Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 05/11/2016 08:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:2004/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

21:48

Collier County SO

DESPIAN,M

03/05/2017

11315080A1

FFWCC (West Palm)

HARMON,CHERYL,A

BLUNT

04/05/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.077Control Test 23:22

0.000Air Blank 23:22

# 1 0.105Subject Sample 23:23

2.472Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:25

# 2 0.097Subject Sample 23:26

1.335Breath Volume 23:26

0.000Air Blank 23:27

0.078Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 05/11/2016 08:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:4304/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

05:00

Panama City PD

ALLYN,WILLIAM

06/02/2017

1686772

Panama City PD

MAGUADOG,SHAUN,J

MCPHAIL

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:42

0.000Air Blank 05:42

0.079Control Test 05:43

0.000Air Blank 05:43

# 1 0.148Subject Sample 05:44

2.472Breath Volume 05:44

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.152Subject Sample 05:47

3.226Breath Volume 05:47

0.000Air Blank 05:47

0.079Control Test 05:48

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:1604/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:44

Panama City PD

LAFFOON,TABITHA

06/02/2017

1686772

Panama City PD

MAGUADOG,SHAUN,J

WILLS

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1 0.109Subject Sample 01:27

3.128Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.110Subject Sample 01:30

2.917Breath Volume 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:18:3004/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

10:44

Panama City PD

ALLYN,WILLIAM

06/02/2017

1686772

Panama City PD

ALLYN,WILLIAM,P

MENCK

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:12

0.000Air Blank 11:12

0.079Control Test 11:12

0.000Air Blank 11:13

# 1 0.000Subject Sample 11:14

3.925Breath Volume 11:14

0.000Air Blank 11:14

0.000Air Blank 11:16

# 2 0.000Subject Sample 11:17

3.824Breath Volume 11:17

0.000Air Blank 11:17

0.079Control Test 11:17

0.000Air Blank 11:18

OKDiagnostics Check 11:18

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:27:4404/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

06:41

Panama City PD

ALLYN,WILLIAM

06/02/2017

1686772

Panama City PD

ALLYN,WILLIAM,P

GIBB

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:21

0.000Air Blank 07:22

0.078Control Test 07:22

0.000Air Blank 07:23

# 1 0.000Subject Sample 07:23

2.382Breath Volume 07:23

0.000Air Blank 07:23

0.000Air Blank 07:25

# 2 0.000Subject Sample 07:26

1.914Breath Volume 07:26

0.000Air Blank 07:26

0.078Control Test 07:27

0.000Air Blank 07:27

OKDiagnostics Check 07:27

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:58:1604/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

14:16

Panama City PD

BLAND,CURTIS

06/02/2017

1686772

Panama City PD

BLAND,CURTIS,L

ANTONAKAKIS

03/09/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:52

0.000Air Blank 14:52

0.078Control Test 14:52

0.000Air Blank 14:53

# 1 0.000Subject Sample 14:53

3.089Breath Volume 14:53

0.000Air Blank 14:54

0.000Air Blank 14:56

# 2 0.000Subject Sample 14:56

3.097Breath Volume 14:56

0.000Air Blank 14:57

0.078Control Test 14:57

0.000Air Blank 14:58

OKDiagnostics Check 14:58

Data Download Date/Time: 04/28/2016 16:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:5604/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:40

Panama City PD

MAGUADOG,SHAUN

03/30/2019

366849

Panama City PD

MAGUADOG,SHAUN,J

JOHNSON

04/28/2016

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.080Control Test 23:20

0.000Air Blank 23:20

# 1 0.150Subject Sample 23:21

2.359Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.144Subject Sample 23:24

1.691Breath Volume 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 06/01/2016 10:40

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001205CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:0904/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:20

19:00

FFWCC (Panama City)

ALLGOOD,JEFF

04/05/2017

07515080A4

FFWCC (Panama City)

MANNING,KENNETH,D

TILLERY

03/29/2016

8100.27

NAS PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:44

0.078Control Test 19:45

0.000Air Blank 19:45

# 1Subject Sample 19:47 Sequence Aborted

0.000Breath Volume 19:47

0.000Air Blank 19:48

Data Download Date/Time: 04/29/2016 23:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001205CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:5704/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:20

19:00

FFWCC (Panama City)

ALLGOOD,JEFF

04/05/2017

07515080A4

FFWCC (Panama City)

MANNING,KENNETH,D

TILLERY

03/29/2016

8100.27

NAS PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.079Control Test 19:51

0.000Air Blank 19:52

# 1Subject Sample 19:52 Subject Test Refused

0.000Breath Volume 19:52

0.000Air Blank 19:53

0.078Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 04/29/2016 23:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:2804/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:10

Clewiston PD

GARRETT,J

06/10/2017

1694353

Hendry County SO

WILLIAMS,N,

SZELL

03/28/2016

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:58

# 1Subject Sample 22:59 Subject Test Refused

0.000Breath Volume 22:59

0.000Air Blank 22:59

0.078Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 04/28/2016 14:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:51:0104/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:24

13:57

Tyndall AFB PD

GIL,CHRISTOPHER

09/01/2014

036

Tyndall AFB PD

BLAUZDIS,CHELSEA,L

MAESTRI

03/28/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 14:45

0.000Air Blank 14:45

0.079Control Test 14:45

0.000Air Blank 14:46

# 1 0.065Subject Sample 14:46

2.566Breath Volume 14:46

0.000Air Blank 14:47

0.000Air Blank 14:49

# 2 0.061Subject Sample 14:49

2.667Breath Volume 14:49

0.000Air Blank 14:50

0.077Control Test 14:50

0.000Air Blank 14:50

OKDiagnostics Check 14:51

Data Download Date/Time: 04/25/2016 11:55

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:4704/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:28

Tyndall AFB PD

SWENSON,NATHANIEL

08/05/2016

050

Tyndall AFB PD

WAGNER,NATHAN,N

KAKAS

04/25/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

# 1Subject Sample 01:12 RFI Detect

0.367Breath Volume 01:12

0.000Air Blank 01:12

0.079Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 05/11/2016 11:49

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:1604/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:28

Tyndall AFB PD

SWENSON,NATHANEIL

08/05/2016

050

Tyndall AFB PD

WAGNER,NATHAN,N

KAKAS

04/25/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.079Control Test 01:17

0.000Air Blank 01:18

# 1 0.175Subject Sample 01:19

1.117Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.153Subject Sample 01:25 Volume Not Met

0.957Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 3 0.179Subject Sample 01:28

1.566Breath Volume 01:28

0.000Air Blank 01:29

0.078Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 05/11/2016 11:49

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:1004/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:53

Auburndale PD

BAKER,MATTHEW

06/05/2017

13115080A1

Auburndale PD

BAKER,MATTHEW,A

CRUZ

04/01/2016

8100.27

AUBURNDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.077Control Test 22:57

0.000Air Blank 22:58

# 1 0.177Subject Sample 22:59

1.128Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.173Subject Sample 23:02

1.160Breath Volume 23:02

0.000Air Blank 23:03

0.078Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 05/17/2016 02:40

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:1804/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:08

West Palm Beach PD

ANNESE,MORRIS

10/13/2017

1752856

West Palm Beach PD

ANNESE,MORRIS,J

LAWSON

03/30/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.080Control Test 04:21

0.000Air Blank 04:21

# 1Subject Sample 04:21 Subject Test Refused

0.000Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 04/22/2016 13:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0404/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:19

West Palm Beach PD

ANNESE,MORRIS

10/13/2017

1752856

West Palm Beach PD

ANNESE,MORRIS,J

BARNES

03/30/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

# 1 0.217Subject Sample 00:47

3.195Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.216Subject Sample 00:50

2.500Breath Volume 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:52

Data Download Date/Time: 04/22/2016 13:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0804/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:08

West Palm Beach PD

ANNESE,MORRIS

10/13/2017

1752856

West Palm Beach PD

ANNESE,MORRIS,J

HEINRITZ

03/30/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

# 1 0.216Subject Sample 04:02

3.367Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.219Subject Sample 04:05

2.800Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 04/22/2016 13:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:2204/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:33

West Palm Beach PD

HEISSER,ROBERT

10/13/2017

1752856

West Palm Beach PD

HEISSER,ROBERT,H

LOUIS

03/30/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.081Control Test 22:09

0.000Air Blank 22:09

# 1Subject Sample 22:10 Subject Test Refused

0.000Breath Volume 22:10

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 04/22/2016 13:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:1604/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

20:42

West Palm Beach PD

BURGOON,SARAH

10/13/2017

1752856

West Palm Beach PD

HEISSER,ROBERT,H

ROBINSON

03/30/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

# 1Subject Sample 23:48 No Sample Provided

0.000Breath Volume 23:48

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2Subject Sample 23:50 Subject Test Refused

0.000Breath Volume 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 04/22/2016 13:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:1804/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:59

West Palm Beach PD

ANNESE,MORRIS

10/13/2017

1752856

West Palm Beach PD

ANNESE,MORRIS,J

BAKER

04/22/2016

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

# 2 0.253Subject Sample 23:58

3.308Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.256Subject Sample 00:01

3.378Breath Volume 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 05/25/2016 09:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:0504/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:07

Polk County SO

HEWETT,MICHAEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

BUTLER

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.000Subject Sample 01:29

1.429Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:33

2.156Breath Volume 01:33

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:35

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4604/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:49

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

SUGGS

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

# 1Subject Sample 01:44 RFI Detect

0.156Breath Volume 01:44

Air Blank 01:44 RFI Detect

0.000Air Blank 01:44

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:1404/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:49

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

SUGGS

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

# 1 0.162Subject Sample 01:52 Volume Not Met

0.902Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2Subject Sample 01:57 No Sample Provided

0.000Breath Volume 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5104/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:49

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

SUGGS

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

# 1 0.159Subject Sample 02:12

1.480Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.156Subject Sample 02:16

1.292Breath Volume 02:16

0.000Air Blank 02:16

0.079Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:4404/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:39

Polk County SO

HEWETT,MICHAEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

TORRES-QUILES

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:53

# 1 0.153Subject Sample 03:53

1.652Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.145Subject Sample 03:57

1.609Breath Volume 03:57

0.000Air Blank 03:57

0.079Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:5104/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:15

Polk County SO

PENNELL,CHRISTIN

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

BECK

03/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.080Control Test 21:10

0.000Air Blank 21:10

# 1 0.150Subject Sample 21:12

1.531Breath Volume 21:12

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.151Subject Sample 21:16

1.687Breath Volume 21:16

0.000Air Blank 21:16

0.080Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 04/04/2016 13:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:2704/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:34

Polk County SO

MELTZER,CHRISTOPHER

05/01/2016

07014080A2

Polk County SO

MELTZER,CHRISTOPHER,J

KELL

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

# 1 0.091Subject Sample 01:25

3.367Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.094Subject Sample 01:28

3.550Breath Volume 01:28

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:2004/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:23

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

CASTRO

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

# 1 0.196Subject Sample 04:06

1.246Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.194Subject Sample 04:09

1.335Breath Volume 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:5204/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:32

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

CRUZ

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:44

0.000Air Blank 21:44

# 1 0.157Subject Sample 21:45

2.140Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.156Subject Sample 21:48

1.835Breath Volume 21:48

0.000Air Blank 21:48

0.079Control Test 21:49

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:0204/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:26

Polk County SO

WARREN,BILLY

05/01/2016

07014080A2

Polk County SO

WARREN,BILLY,J

FARLEY

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

# 1 0.164Subject Sample 22:44

4.179Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.159Subject Sample 22:47

3.542Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:49

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3904/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:02

Polk County SO

RIVERA,ANGELO

05/01/2016

07014080A2

Polk County SO

RIVERA,ANGELO,L

NEUHOFER

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:03

# 1 0.168Subject Sample 04:04

1.804Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.178Subject Sample 04:07

1.636Breath Volume 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:23:4804/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

04:06

Polk County SO

WARREN,BILLY

05/01/2016

07014080A2

Polk County SO

WARREN,BILLY,J

CATALA

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:08

0.000Air Blank 06:09

0.080Control Test 06:09

0.000Air Blank 06:10

# 1 0.168Subject Sample 06:11

1.242Breath Volume 06:11

0.000Air Blank 06:11

0.000Air Blank 06:13

# 2 0.145Subject Sample 06:16 Volume Not Met

0.140Breath Volume 06:16

0.000Air Blank 06:17

0.000Air Blank 06:19

# 3Subject Sample 06:22 No Sample Provided

0.000Breath Volume 06:22

0.000Air Blank 06:22

0.079Control Test 06:23

0.000Air Blank 06:23

OKDiagnostics Check 06:23

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:2504/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

22:22

Polk County SO

WARREN,BILLY

05/01/2016

07014080A2

Polk County SO

WARREN,BILLY,J

MORRISON

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.081Control Test 00:27

0.000Air Blank 00:27

# 1 0.169Subject Sample 00:28

1.652Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.168Subject Sample 00:31

1.445Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2104/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:55

Polk County SO

JOGLAR,JOSE

05/01/2016

07014080A2

Bartow PD

PHILLIPS,JORDAN,W

ALVAREZ-ORTEGA

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

Air Blank 03:51 RFI Detect

0.000Air Blank 03:52

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2704/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:55

Polk County SO

JOGLAR,JOSE

05/01/2016

07014080A2

Bartow PD

PHILLIPS,JORDAN,W

ALVAREZ-ORTEGA

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:55

# 1 0.133Subject Sample 03:59 Volume Not Met

0.785Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.153Subject Sample 04:02

1.492Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 3 0.149Subject Sample 04:05

1.953Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:0404/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:05

Polk County SO

CARRIER,JAMES

05/01/2016

07014080A2

Polk County SO

CARRIER,JAMES,D

CHAFFIN

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

# 1 0.197Subject Sample 00:03

1.671Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:05

# 2 0.200Subject Sample 00:06

1.871Breath Volume 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:08

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:3004/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:53

17:07

Polk County SO

WARREN,BILLY

05/01/2016

07014080A2

Polk County SO

WARREN,BILLY,J

GARCIA

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:13

0.000Air Blank 18:13

0.080Control Test 18:13

0.000Air Blank 18:14

# 1Subject Sample 18:17 No Sample Provided

0.000Breath Volume 18:17

0.000Air Blank 18:18

0.000Air Blank 18:20

# 2Subject Sample 18:23 No Sample Provided

0.000Breath Volume 18:23

0.000Air Blank 18:23

0.080Control Test 18:23

0.000Air Blank 18:24

OKDiagnostics Check 18:24

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:3604/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:20

Polk County SO

SINCLAIR,CAMERON

05/01/2016

07014080A2

Polk County SO

PHILLIPS,JORDAN,W

SUMMERALL

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:28

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:29

0.080Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0104/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:55

Polk County SO

KOMOROWSKI,JEFFREY

05/01/2016

07014080A2

FHP Troop C

PRINCE,CHARLTON,D

ENNIS

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:44

# 1 0.188Subject Sample 02:45

1.496Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.179Subject Sample 02:48

1.699Breath Volume 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:50

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3404/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:44

Polk County SO

CARRIER,JAMES

05/01/2016

07014080A2

Polk County SO

CARRIER,JAMES,D

SHADE

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

# 1 0.102Subject Sample 03:54 Volume Not Met

0.507Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.131Subject Sample 03:57

1.496Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 3 0.126Subject Sample 04:01

1.761Breath Volume 04:01

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:3204/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:10

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

DIAZ JR

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

# 1 0.037Subject Sample 01:04

1.117Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.042Subject Sample 01:07

1.250Breath Volume 01:07

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:3104/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:24

Polk County SO

MELTZER,CHRISTOPHER

05/01/2016

07014080A2

Polk County SO

MELTZER,CHRISTOPHER,J

JACKSON

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:16

# 1 0.158Subject Sample 00:17

1.878Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.150Subject Sample 00:20

1.656Breath Volume 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:4804/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:33

Polk County SO

CHURCH,JOHN

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

VARGAS-RIVERA

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

# 1 0.170Subject Sample 02:01

1.535Breath Volume 02:01

0.000Air Blank 02:01

Air Blank 02:03 RFI Detect

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:5804/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:33

Polk County SO

CHURCH,JOHN

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

VARGAS-RIVERA

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

# 1 0.159Subject Sample 02:08

2.492Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.147Subject Sample 02:11

2.519Breath Volume 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0204/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

11:32

FHP Troop C

KHAN,WAKEEL

05/01/2016

07014080A2

FHP Troop C

KHAN,WAKEEL,

NUCAMENDI

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

# 1Subject Sample 00:57 RFI Detect

0.000Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:59

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:4404/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

11:32

FHP Troop C

KHAN,WAKEEL

05/01/2016

07014080A2

FHP Troop C

KHAN,WAKEEL,

NUCAMENDI

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.079Control Test 01:02

0.000Air Blank 01:02

# 1 0.178Subject Sample 01:05 Volume Not Met

0.078Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:08

0.078Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:5704/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

11:32

FHP Troop C

KHAN,WAKEEL

05/01/2016

07014080A2

FHP Troop C

KHAN,WAKEEL,

NUCAMENDI

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

# 1 0.140Subject Sample 01:17 Volume Not Met

0.140Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:19

# 2 0.187Subject Sample 01:21

1.726Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:23

# 3 0.190Subject Sample 01:24

1.792Breath Volume 01:24

0.000Air Blank 01:25

0.076Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:0104/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:21

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

VERDUZCO

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:30

# 1Subject Sample 04:34 No Sample Provided

0.000Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2Subject Sample 04:39 No Sample Provided

0.000Breath Volume 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:41

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:1604/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:08

Polk County SO

SINCLAIR,CAMERON

05/01/2016

07014080A2

Polk County SO

PRINCE,CHARLTON,D

ANDERSON

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.080Control Test 02:01

0.000Air Blank 02:01

# 1 0.000Subject Sample 02:02

2.328Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.000Subject Sample 02:04

3.539Breath Volume 02:04

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:0504/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:28

Polk County SO

HEWETT,MICHAEL

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

CHASTAIN

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

# 1 0.114Subject Sample 02:24

2.195Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.113Subject Sample 02:27

1.996Breath Volume 02:27

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3104/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:48

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

TINDEL

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.139Subject Sample 03:42

1.316Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.135Subject Sample 03:46

1.425Breath Volume 03:46

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:3204/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:57

Polk County SO

MELTZER,CHRISTOPHER

05/01/2016

07014080A2

Polk County SO

MELTZER,CHRISTOPHER,J

SILVA

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.080Control Test 21:11

0.000Air Blank 21:11

# 1Subject Sample 21:12 Subject Test Refused

0.000Breath Volume 21:12

0.000Air Blank 21:12

0.080Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:0304/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:57

Polk County SO

MELTZER,CHRISTOPHER

05/01/2016

07014080A2

Polk County SO

MELTZER,CHRISTOPHER,J

SILVA

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.080Control Test 21:15

0.000Air Blank 21:16

# 1 0.116Subject Sample 21:18

1.750Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:20

# 2 0.109Subject Sample 21:23

1.277Breath Volume 21:23

0.000Air Blank 21:24

0.080Control Test 21:24

0.000Air Blank 21:24

OKDiagnostics Check 21:25

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:3904/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:01

Polk County SO

CHURCH,JOHN

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

VERALDI

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

# 1Subject Sample 00:02 Subject Test Refused

0.000Breath Volume 00:02

0.000Air Blank 00:02

0.079Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:1604/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:00

Polk County SO

KALLMEYER,DANIEL

05/01/2016

07014080A2

Davenport PD

PHILLIPS,JORDAN,W

WARREN

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.079Control Test 03:17

0.000Air Blank 03:17

# 1 0.180Subject Sample 03:18

3.625Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:20

# 2 0.166Subject Sample 03:22

1.960Breath Volume 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:3304/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:09

Polk County SO

CARRIER,JAMES

05/01/2016

07014080A2

Polk County SO

CARRIER,JAMES,D

SLAGEL

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:36 No Sample Provided

0.000Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2Subject Sample 02:42 No Sample Provided

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:1404/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:46

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

MURPHY

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.081Control Test 22:44

0.000Air Blank 22:45

# 1 0.000Subject Sample 22:45

1.636Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.000Subject Sample 22:48

1.750Breath Volume 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2804/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:39

Polk County SO

CHURCH,JOHN

05/01/2016

07014080A2

Polk County SO

CHURCH,JOHN,M

CHEFFY

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1 0.150Subject Sample 03:53

3.253Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.146Subject Sample 03:56

2.988Breath Volume 03:56

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:5904/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:27

Polk County SO

SINCLAIR,CAMERON

05/01/2016

07014080A2

Polk County SO

PRINCE,CHARLTON,D

EVANS

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:04

# 1 0.160Subject Sample 00:04

1.527Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.153Subject Sample 00:07

2.187Breath Volume 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1604/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:08

Polk County SO

LUCAS,NATHANIEL

05/01/2016

07014080A2

Polk County SO

LUCAS,NATHANIEL,

STATON

04/04/2016

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1 0.207Subject Sample 03:26

2.675Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.202Subject Sample 03:29

2.816Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 05/10/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3404/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:01

Lake County SO

PRATER,KENNETH

11/05/2017

1766638

Lake County SO

PRATER,KENNETH,R

MORALES

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:23

0.000Air Blank 01:23

# 1 0.191Subject Sample 01:25

1.464Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.187Subject Sample 01:28

1.550Breath Volume 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4404/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:28

Lake County SO

PRATER,KENNETH

11/05/2017

1766638

Lake County SO

DUNLAP,JASON,N

VISCONTI III

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.236Subject Sample 03:43

3.617Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.245Subject Sample 03:46

3.644Breath Volume 03:46

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:1704/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:56

FHP Troop D

REED,GREGORY

11/05/2017

1766638

FHP Troop D

REED,GREGORY,A

HOPKINS

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1 0.107Subject Sample 01:32

3.785Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.105Subject Sample 01:35

3.226Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4604/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:51

FFWCC (Panama City)

RICE,MICHAEL

11/05/2017

1766638

FFWCC (Panama City)

RICE,MICHAEL,

COLEMAN

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.081Control Test 02:57

0.000Air Blank 02:57

# 1 0.188Subject Sample 02:58

1.875Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.178Subject Sample 03:01

1.558Breath Volume 03:01

0.000Air Blank 03:01

0.080Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:5204/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:50

Fruitland Park PD

RAINS,HENRY

11/05/2017

1766638

Fruitland Park PD

RAINS,HENRY,E

ADDENBROOKE

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

# 1Subject Sample 00:06 Subject Test Refused

0.000Breath Volume 00:06

0.000Air Blank 00:06

0.080Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:1304/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:58

Lake County SO

CHESSHER,SANDRA

11/05/2017

1766638

Lake County SO

CHESSHER,SANDRA,W

ERVIN

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 00:00

# 1Subject Sample 00:03 No Sample Provided

0.000Breath Volume 00:03

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.221Subject Sample 00:06

1.257Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 3 0.212Subject Sample 00:09

1.476Breath Volume 00:09

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:4904/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:26

Lake County SO

CHESSHER,SANDRA

11/05/2017

1766638

Lake County SO

CHESSHER,SANDRA,W

SHAY

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.079Control Test 21:08

0.000Air Blank 21:09

# 1 0.122Subject Sample 21:10

2.367Breath Volume 21:10

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2 0.120Subject Sample 21:13

1.867Breath Volume 21:13

0.000Air Blank 21:13

0.079Control Test 21:14

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:1104/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:50

Lady Lake PD

DURYEA,MATTHEW

11/05/2017

1766638

Lady Lake PD

DURYEA,MATTHEW,W

GUYMON

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.080Control Test 21:51

0.000Air Blank 21:51

# 1 0.169Subject Sample 21:52

4.859Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.174Subject Sample 21:55

2.257Breath Volume 21:55

0.000Air Blank 21:56

0.078Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:4004/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

20:59

Clermont PD

MARTIN,CHRIS

11/05/2017

1766638

Clermont PD

MARTIN,CHRIS,L

WATSON

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.081Control Test 22:21

0.000Air Blank 22:21

# 1 0.191Subject Sample 22:22

1.562Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.189Subject Sample 22:26

2.449Breath Volume 22:26

0.000Air Blank 22:26

0.078Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:2604/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:29

Lake County SO

LUPPINO,SETH

11/05/2017

1766638

Lake County SO

LUPPINO,SETH,M

FONSECA

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:13

# 1Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0404/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:25

FHP Troop D

HAWKINS,DEBORAH

11/05/2017

1766638

FHP Troop D

HAWKINS,DEBROAH,

SMITH

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.081Control Test 00:10

0.000Air Blank 00:10

# 1 0.156Subject Sample 00:12

1.593Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.110Subject Sample 00:17 Volume Not Met

0.250Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 3 0.149Subject Sample 00:23 Volume Not Met

0.292Breath Volume 00:23

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:25

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3904/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

02:02

Lake County SO

HARMON,RICK

11/05/2017

1766638

Lake County SO

HARMON,RICK,A

KAHN

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

# 1Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3004/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:48

FHP Troop D

MOONDA,SHUAIB

11/05/2017

1766638

FHP Troop D

MOONDA,SHUAIB,

COUCEIRO

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:33

# 1 0.096Subject Sample 03:35

3.675Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.101Subject Sample 03:38

4.136Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:2904/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:48

Lady Lake PD

DURYEA,MATTHEW

11/05/2017

1766638

Lady Lake PD

DURYEA,MATTHEW,W

FERKO JR

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:48

# 1Subject Sample 21:49 Subject Test Refused

0.000Breath Volume 21:49

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0304/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:06

Lady Lake PD

DURYEA,MATTHEW

11/05/2017

1766638

Lady Lake PD

DURYEA,MATTHEW,W

FLEMING

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:59

# 1 0.128Subject Sample 01:59

2.222Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.130Subject Sample 02:02

2.265Breath Volume 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:04

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:2904/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:14

Astatula PD

VACHON,ROBERT

11/05/2017

1766638

Fruitland Park PD

DENTON,AMY,B

NOBLE JR

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

Air Blank 01:26 RFI Detect

0.000Air Blank 01:26

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1404/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:14

Astatula PD

VACHON,ROBERT

11/05/2017

1766638

Fruitland Park PD

DENTON,AMY,B

NOBLE JR

03/31/2016

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

# 1Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 04/29/2016 22:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:0104/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:14

Daytona Beach Shores

BURICK,PETER

05/01/2016

07014080A2

Daytona Beach Shores

MURPHEY SR,DAVID,G

LUMPKIN

03/18/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

# 1 0.154Subject Sample 04:14

2.238Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.146Subject Sample 04:18

1.855Breath Volume 04:18

Air Blank 04:18 RFI Detect

0.000Air Blank 04:19

Data Download Date/Time: 04/26/2016 03:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:1904/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:09

Daytona Beach Shores

CASTELLANO,VINCENT

05/01/2016

07014080A2

Daytona Beach Shores

CASTELLANO,VINCENT,J

JAMES

03/18/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:56

0.000Air Blank 05:57

0.078Control Test 05:57

0.000Air Blank 05:58

# 1 0.101Subject Sample 05:58

1.250Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.098Subject Sample 06:01

1.398Breath Volume 06:01

0.000Air Blank 06:02

0.078Control Test 06:02

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 04/26/2016 03:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:14:1804/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:47

09:27

Daytona Beach Shores

MALPHURS,GARY

05/01/2016

07014080A2

Daytona Beach Shores

MALPHURS,GARY,P

OWENS

04/26/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:07

0.000Air Blank 10:08

0.079Control Test 10:08

0.000Air Blank 10:08

# 1 0.194Subject Sample 10:09

1.656Breath Volume 10:09

0.000Air Blank 10:10

0.000Air Blank 10:11

# 2 0.214Subject Sample 10:12

1.906Breath Volume 10:12

0.000Air Blank 10:13

0.079Control Test 10:13

0.000Air Blank 10:14

OKDiagnostics Check 10:14

Data Download Date/Time: 05/20/2016 00:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4204/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:04

Daytona Beach Shores

JENKINS,AARON

05/01/2016

07014080A2

Volusia County Beach

MURPHEY,DAVID,G

GODWIN

04/26/2016

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.079Control Test 01:33

0.000Air Blank 01:33

# 1 0.088Subject Sample 01:34

1.257Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.084Subject Sample 01:37

1.386Breath Volume 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 05/20/2016 00:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:5904/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:19

Edgewater PD

COPPOLA,TYSON

01/14/2018

1789170

New Smyrna Beach PD

SNYDER,MATTHEW,R

STODDARD IV

03/21/2016

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.076Control Test 02:42

0.000Air Blank 02:43

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.076Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 04/21/2016 04:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:3804/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:47

Edgewater PD

CAPPOLA,TYSON

01/14/2018

1789170

New Smyrna Beach PD

SNYDER,MATTHEW,R

THOMPSON II

03/21/2016

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.076Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:17

0.076Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 04/21/2016 04:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:01:3004/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:34

09:27

Edgewater PD

POLLARD,SARA

01/14/2018

1789170

Edgewater PD

BINZ,STEPHEN,D

HOLZER

03/21/2016

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:55

0.000Air Blank 09:55

0.076Control Test 09:55

0.000Air Blank 09:56

# 1 0.000Subject Sample 09:57

1.824Breath Volume 09:57

0.000Air Blank 09:57

0.000Air Blank 09:59

# 2 0.000Subject Sample 10:00

1.542Breath Volume 10:00

0.000Air Blank 10:00

0.076Control Test 10:00

0.000Air Blank 10:01

OKDiagnostics Check 10:01

Data Download Date/Time: 04/21/2016 04:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1804/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:55

Edgewater PD

WETHERELL,TYLER

01/14/2018

1789170

Edgewater PD

GINTZ,BRIAN,W

DAME

04/21/2016

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.076Control Test 03:05

0.000Air Blank 03:05

# 1 0.189Subject Sample 03:06

2.566Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:08

# 2 0.195Subject Sample 03:09

3.226Breath Volume 03:09

0.000Air Blank 03:10

0.076Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 05/15/2016 08:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:5404/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:54

17:40

Edgewater PD

UGARTE,ROBERTO

01/14/2018

1789170

Edgewater PD

BINZ,ANTHONY,E

LANGDON

04/21/2016

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:15

0.000Air Blank 18:15

0.076Control Test 18:15

0.000Air Blank 18:16

# 1Subject Sample 18:16 Subject Test Refused

0.000Breath Volume 18:16

0.000Air Blank 18:16

0.076Control Test 18:17

0.000Air Blank 18:17

OKDiagnostics Check 18:17

Data Download Date/Time: 05/15/2016 08:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2404/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:54

Edgewater PD

BINZ,ANTHONY

01/14/2018

1789170

Edgewater PD

BINZ,ANTHONY,E

ULRICH

04/21/2016

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.077Control Test 23:54

0.000Air Blank 23:54

# 1Subject Sample 23:55 Subject Test Refused

0.000Breath Volume 23:55

0.000Air Blank 23:55

0.077Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 05/15/2016 08:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:0204/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

17:04

Port Orange PD

SEXTON,JACKIE

03/26/2018

1836890

Port Orange PD

KURTZ,THEODORE,F

ARMIJO

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:25

0.000Air Blank 17:25

0.082Control Test 17:25

0.000Air Blank 17:26

# 1Subject Sample 17:28 Subject Test Refused

0.000Breath Volume 17:28

0.000Air Blank 17:29

0.082Control Test 17:29

0.000Air Blank 17:29

OKDiagnostics Check 17:30

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5004/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:17

Port Orange PD

NOLAN,JOHN

03/26/2018

1836890

Port Orange PD

ADAMS,DAVID,F

HARDEE

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.082Control Test 01:51

0.000Air Blank 01:51

# 1 0.226Subject Sample 01:52

1.929Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.229Subject Sample 01:55

1.640Breath Volume 01:55

0.000Air Blank 01:55

0.082Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:27:4104/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:00

00:00

Port Orange PD

BUSTOS,ROSANNA

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

RHODES

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.082Control Test 19:22

0.000Air Blank 19:23

# 1 0.000Subject Sample 19:23

1.351Breath Volume 19:23

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2 0.000Subject Sample 19:26

1.582Breath Volume 19:26

0.000Air Blank 19:26

0.081Control Test 19:27

0.000Air Blank 19:27

OKDiagnostics Check 19:27

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:36:5604/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

08:10

08:00

Port Orange PD

BINGHAM,CHRIS

03/26/2018

1836890

Port Orange PD

BINGHAM,CHRIS,C

KENNY

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:30

0.000Air Blank 08:31

0.081Control Test 08:31

0.000Air Blank 08:32

# 1 0.000Subject Sample 08:32

2.894Breath Volume 08:32

0.000Air Blank 08:33

0.000Air Blank 08:35

# 2 0.000Subject Sample 08:35

3.203Breath Volume 08:35

0.000Air Blank 08:36

0.081Control Test 08:36

0.000Air Blank 08:36

OKDiagnostics Check 08:36

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:27:5804/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

11:55

11:50

Port Orange PD

FIELDS,ERIC

03/26/2018

1836890

Port Orange PD

FIELDS,ERIC,R

ALEVISATOS

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:22

0.000Air Blank 12:22

0.082Control Test 12:22

0.000Air Blank 12:23

# 1 0.000Subject Sample 12:23

2.347Breath Volume 12:23

0.000Air Blank 12:24

0.000Air Blank 12:26

# 2 0.000Subject Sample 12:26

2.070Breath Volume 12:26

0.000Air Blank 12:27

0.082Control Test 12:27

0.000Air Blank 12:27

OKDiagnostics Check 12:27

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:0404/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

18:25

00:00

Port Orange PD

N/A,N/A

03/26/2018

1836890

Port Orange PD

MATTHEWS,TRAVEN,F

CARMAN

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.082Control Test 18:53

0.000Air Blank 18:53

# 1 0.000Subject Sample 18:53

2.031Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.000Subject Sample 18:56

1.953Breath Volume 18:56

0.000Air Blank 18:57

0.082Control Test 18:57

0.000Air Blank 18:57

OKDiagnostics Check 18:58

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:19:3904/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:45

00:00

Port Orange PD

NA,NA

03/26/2018

1836890

Port Orange PD

BIRD,JEREMY,E

RHODES

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:13

0.000Air Blank 11:14

0.083Control Test 11:14

0.000Air Blank 11:14

# 1 0.000Subject Sample 11:15

2.214Breath Volume 11:15

0.000Air Blank 11:15

0.000Air Blank 11:17

# 2 0.000Subject Sample 11:18

1.402Breath Volume 11:18

0.000Air Blank 11:18

0.081Control Test 11:19

0.000Air Blank 11:19

OKDiagnostics Check 11:19

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:4904/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:17

Port Orange PD

FLEMING,BERNARD

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

WEBB

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.081Control Test 04:51

0.000Air Blank 04:51

# 1 0.118Subject Sample 04:52

2.539Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.115Subject Sample 04:55

2.378Breath Volume 04:55

0.000Air Blank 04:55

0.080Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3204/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:13

Port Orange PD

MCGOVERN,ERIC

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

PIO

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.082Control Test 22:58

0.000Air Blank 22:59

# 1 0.154Subject Sample 22:59

1.613Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.152Subject Sample 23:03

1.808Breath Volume 23:03

0.000Air Blank 23:03

0.082Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:1104/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

17:50

17:00

Port Orange PD

STRAIGHT,KAYLA

03/26/2018

1836890

Port Orange PD

STRAIGHT,KAYLA,M

FIELDS

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:15

0.000Air Blank 18:15

0.081Control Test 18:16

0.000Air Blank 18:16

# 1 0.000Subject Sample 18:17

1.726Breath Volume 18:17

0.000Air Blank 18:17

0.000Air Blank 18:19

# 2 0.000Subject Sample 18:19

1.718Breath Volume 18:19

0.000Air Blank 18:20

0.081Control Test 18:20

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:40:0204/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

08:10

08:10

Port Orange PD

GAVER,SGT

03/26/2018

1836890

Port Orange PD

SLEASE,PHILLIP,S

MANDESE

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:34

0.000Air Blank 08:34

0.082Control Test 08:34

0.000Air Blank 08:35

# 1 0.000Subject Sample 08:35

3.656Breath Volume 08:35

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2 0.000Subject Sample 08:38

2.074Breath Volume 08:38

0.000Air Blank 08:39

0.083Control Test 08:39

0.000Air Blank 08:39

OKDiagnostics Check 08:40

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:30:3304/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

13:50

13:50

Port Orange PD

MAROTTE,BARRY

03/26/2018

1836890

Port Orange PD

MAROTTE,BARRY,P

KENNY

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:24

0.000Air Blank 14:24

0.081Control Test 14:25

0.000Air Blank 14:25

# 1 0.000Subject Sample 14:26

3.261Breath Volume 14:26

0.000Air Blank 14:26

0.000Air Blank 14:28

# 2 0.000Subject Sample 14:29

3.261Breath Volume 14:29

0.000Air Blank 14:29

0.081Control Test 14:29

0.000Air Blank 14:30

OKDiagnostics Check 14:30

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3904/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:20

Port Orange PD

KURTZ,THEODORE

03/26/2018

1836890

Port Orange PD

KURTZ,THEODORE,F

EAST

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.082Control Test 03:54

0.000Air Blank 03:55

# 1 0.110Subject Sample 03:55

1.367Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.101Subject Sample 03:59

1.382Breath Volume 03:59

0.000Air Blank 03:59

0.081Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:5204/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:44

Port Orange PD

YOVANOVICH,THOMAS

03/26/2018

1836890

Port Orange PD

STRAIGHT,KAYLA,M

ELLIOTT

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.081Control Test 20:24

0.000Air Blank 20:24

# 1Subject Sample 20:27 No Sample Provided

0.000Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2Subject Sample 20:33 No Sample Provided

0.000Breath Volume 20:33

0.000Air Blank 20:33

0.082Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0304/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:41

Port Orange PD

STRAIGHT,KAYLA

03/26/2018

1836890

Port Orange PD

RAINES,CHRISTOPHER,G

SHELTON

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:27

# 1 0.139Subject Sample 00:27

2.039Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.139Subject Sample 00:30

1.652Breath Volume 00:30

0.000Air Blank 00:31

0.082Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:32

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:1904/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:09

Port Orange PD

RAINES,CHRISTOPHER

03/26/2018

1836890

Port Orange PD

RAINES,CHRISTOPHER,G

MORGAN

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.082Control Test 03:52

0.000Air Blank 03:53

# 1 0.128Subject Sample 03:53

1.128Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.134Subject Sample 03:56

2.207Breath Volume 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:38:5804/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

13:10

13:10

Port Orange PD

BUSTOS,ROSANNA

03/26/2018

1836890

Port Orange PD

BUSTOS,ROSANNA,L

LAPIERE

03/28/2016

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:32

0.000Air Blank 13:33

0.082Control Test 13:33

0.000Air Blank 13:34

# 1 0.000Subject Sample 13:34

1.957Breath Volume 13:34

0.000Air Blank 13:35

0.000Air Blank 13:37

# 2 0.000Subject Sample 13:37

2.273Breath Volume 13:37

0.000Air Blank 13:38

0.081Control Test 13:38

0.000Air Blank 13:38

OKDiagnostics Check 13:38

Data Download Date/Time: 04/27/2016 14:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:0104/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:09

South Daytona PD

SCARSELLA,JERAMY

05/01/2016

07014080A2

South Daytona PD

MELODY,FRANCIS,D

CABALLEROS

04/05/2016

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.076Control Test 01:53

0.000Air Blank 01:53

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:54

0.076Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:55

Data Download Date/Time: 04/28/2016 09:08

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0504/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:19

South Daytona PD

MELODY,FRANCIS

05/01/2016

07014080A2

South Daytona PD

MELODY,FRANCIS,D

PRINCE

04/05/2016

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.076Control Test 03:03

0.000Air Blank 03:04

# 1Subject Sample 03:05 Subject Test Refused

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.076Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 04/28/2016 09:08

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:54:1604/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:43

South Daytona PD

CHARLA,MICHAEL

05/01/2016

07014080A2

South Daytona PD

MCCRACKEN,KEVIN,R

HEIMBOLD

04/05/2016

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:47

0.000Air Blank 16:48

0.077Control Test 16:48

0.000Air Blank 16:49

# 1 0.000Subject Sample 16:49

3.101Breath Volume 16:49

0.000Air Blank 16:50

0.000Air Blank 16:52

# 2 0.000Subject Sample 16:52

3.082Breath Volume 16:52

0.000Air Blank 16:53

0.076Control Test 16:53

0.000Air Blank 16:54

OKDiagnostics Check 16:54

Data Download Date/Time: 04/28/2016 09:08

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:0704/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

23:57

Broward County SO

THOMPSON,BRETT

07/05/2017

15615080A3

Pembroke Pines PD

HARNANDAN,INDROWTIE,

BURNS

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

# 1 0.246Subject Sample 01:15

1.816Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.235Subject Sample 01:18

1.121Breath Volume 01:18

0.000Air Blank 01:19

0.078Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:1404/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:41

Broward County SO

SERPHOS,STEVEN

07/05/2017

15615080A3

Broward County SO

TILLMAN,SHEILA,L

RODRIGUEZ

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:29

# 1 0.181Subject Sample 02:29

2.984Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.169Subject Sample 02:32

2.988Breath Volume 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:5604/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:16

Broward County SO

ROBERTS,CURTIS

07/05/2017

15615080A3

Broward County SO

MEDINA,MARMILLY,

PROVOST

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.079Control Test 22:29

0.000Air Blank 22:29

# 1 0.230Subject Sample 22:32 Volume Not Met

0.425Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.182Subject Sample 22:38 Volume Not Met

0.300Breath Volume 22:38

0.000Air Blank 22:39

0.080Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:1804/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:53

Broward County SO

SERPHOS,STEVE

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

PALACIO

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.078Control Test 00:47

0.000Air Blank 00:47

# 1 0.147Subject Sample 00:48

1.972Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:50

# 2 0.142Subject Sample 00:51

1.777Breath Volume 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:2604/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:49

Broward County SO

KUCZYNSKI,JONATHAN

07/05/2017

15615080A3

Margate PD

MEDINA,MARMILLY,

AVILES

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.078Control Test 04:12

0.000Air Blank 04:12

# 1 0.179Subject Sample 04:13

1.781Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.175Subject Sample 04:15

1.914Breath Volume 04:15

0.000Air Blank 04:16

0.078Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1604/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:46

Broward County SO

DEDEJ,MEDJON

07/05/2017

15615080A3

Broward County SO

TILLMAN,SHEILA,L

PATEL

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

# 1 0.182Subject Sample 01:49

2.664Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.166Subject Sample 01:52

1.386Breath Volume 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:2504/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:32

Broward County SO

HARRIS,MILTON

07/05/2017

15615080A3

Pembroke Pines PD

MEDINA,MARMILLY,

MCLEAN

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:54

# 1 0.192Subject Sample 03:56

2.230Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.207Subject Sample 03:59

1.832Breath Volume 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:47:0704/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:10

11:20

Broward County SO

GRECO,SAL

07/05/2017

15615080A3

Broward County SO

GRAY,SANDRA,

VAZQUEZ-CRUZ

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:40

0.000Air Blank 12:41

0.079Control Test 12:41

0.000Air Blank 12:42

# 1 0.257Subject Sample 12:42

1.824Breath Volume 12:42

0.000Air Blank 12:43

0.000Air Blank 12:44

# 2 0.245Subject Sample 12:45

1.300Breath Volume 12:45

0.000Air Blank 12:46

0.079Control Test 12:46

0.000Air Blank 12:47

OKDiagnostics Check 12:47

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:1104/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:57

Broward County SO

DALTON,RYAN

07/05/2017

15615080A3

OTHER State

TILLMAN,SHEILA,L

PETERS

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.079Control Test 23:38

0.000Air Blank 23:38

# 1 0.227Subject Sample 23:39

2.109Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.214Subject Sample 23:42

1.214Breath Volume 23:42

0.000Air Blank 23:43

0.078Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:44:5704/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:05

10:04

Broward County SO

LASHBROOK,DOUG

07/05/2017

15615080A3

Broward County SO

DICIENZO,FRANCA,R

UHARRIET

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:38

0.000Air Blank 11:39

0.081Control Test 11:39

0.000Air Blank 11:40

# 1 0.000Subject Sample 11:40

3.902Breath Volume 11:40

0.000Air Blank 11:41

0.000Air Blank 11:43

# 2 0.000Subject Sample 11:43

2.355Breath Volume 11:43

0.000Air Blank 11:44

0.079Control Test 11:44

0.000Air Blank 11:44

OKDiagnostics Check 11:44

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4104/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:03

Broward County SO

WASHINGTON,YVETTE

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

WOTTON

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:57

0.000Air Blank 02:57

# 1 0.169Subject Sample 02:58

3.746Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.168Subject Sample 03:01

3.355Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1204/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:41

Broward County SO

BALBOA,MICHAEL

07/05/2017

15615080A3

OTHER State

HARNANDAN,INDROWTIE,

MILORD

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.085Subject Sample 03:32

1.941Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.087Subject Sample 03:35

2.585Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:4204/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:36

Broward County SO

HUNEKE,DONNARD

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

SIMON

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.080Control Test 04:37

0.000Air Blank 04:37

# 1 0.168Subject Sample 04:39

2.648Breath Volume 04:39

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.171Subject Sample 04:42

2.242Breath Volume 04:42

0.000Air Blank 04:42

0.079Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:1004/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:05

Broward County SO

DIAZ-BUENO,YENIER

07/05/2017

15615080A3

OTHER State

FRAZIER,ANAYA,S

CARUSO

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.079Control Test 00:04

0.000Air Blank 00:05

# 1 0.280Subject Sample 00:05

1.601Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.289Subject Sample 00:08

1.820Breath Volume 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:1204/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:40

Broward County SO

MARTIN,JENNIFER

07/05/2017

15615080A3

Pembroke Pines PD

MEDINA,MARMILLY,

KREY

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:03

# 1 0.000Subject Sample 05:04

1.652Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.000Subject Sample 05:07

2.261Breath Volume 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:49:0004/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:30

Broward County SO

MIEDEMA,CHAD

07/05/2017

15615080A3

Broward County SO

DICIENZO,FRANCA,R

GATHERS

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:42

0.000Air Blank 16:43

0.080Control Test 16:43

0.000Air Blank 16:43

# 1 0.000Subject Sample 16:44

2.035Breath Volume 16:44

0.000Air Blank 16:45

0.000Air Blank 16:47

# 2 0.000Subject Sample 16:47

1.500Breath Volume 16:47

0.000Air Blank 16:48

0.080Control Test 16:48

0.000Air Blank 16:48

OKDiagnostics Check 16:49

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:1204/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:43

Broward County SO

SPEZIALE,ADAM

07/05/2017

15615080A3

Margate PD

HARNANDAN,INDROWTIE,

LOPEZ

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

# 1 0.168Subject Sample 01:33

2.261Breath Volume 01:33

Air Blank 01:33 RFI Detect

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:1504/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:43

Broward County SO

SPEZIALE,ADAM

07/05/2017

15615080A3

Margate PD

HARNANDAN,INDROWTIE,

LOPEZ

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

# 1 0.154Subject Sample 01:39

1.933Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.153Subject Sample 01:42

1.656Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:3204/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:46

Broward County SO

BURKE,BENJAMIN

07/05/2017

15615080A3

Pembroke Pines PD

HARNANDAN,INDROWTIE,

RAMKHELAWAN

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.079Control Test 05:33

0.000Air Blank 05:33

# 1 0.000Subject Sample 05:34

2.234Breath Volume 05:34

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.000Subject Sample 05:37

1.816Breath Volume 05:37

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:1204/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:03

Broward County SO

BAKER,JOHN

07/05/2017

15615080A3

OTHER State

GRAY,SANDRA,

SMITH

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

# 1 0.152Subject Sample 00:31

2.363Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.150Subject Sample 00:34

2.101Breath Volume 00:34

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:2304/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:43

Broward County SO

DIAZ-BUENO,YENIER

07/05/2017

15615080A3

OTHER State

GRAY,SANDRA,

CALI

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

# 2 0.154Subject Sample 23:57

3.007Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.154Subject Sample 00:00

3.171Breath Volume 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2904/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:51

Broward County SO

CAROTTI,MOISES

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

BRANDAO

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1 0.248Subject Sample 01:32

1.386Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.247Subject Sample 01:34

1.386Breath Volume 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:1704/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:23

Broward County SO

DIAZ-BUENO,YENIER

07/05/2017

15615080A3

OTHER State

HARNANDAN,INDROWTIE,

KUENKEL

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

# 1 0.086Subject Sample 05:22

2.214Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:25

# 2 0.085Subject Sample 05:25

1.945Breath Volume 05:25

0.000Air Blank 05:26

0.078Control Test 05:26

0.000Air Blank 05:27

OKDiagnostics Check 05:27

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:5904/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

18:15

Broward County SO

WINEINGER,JOSHUA

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

LEIVA

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:43

0.079Control Test 19:44

0.000Air Blank 19:44

# 1 0.199Subject Sample 19:45

1.566Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:47

# 2 0.195Subject Sample 19:48

2.054Breath Volume 19:48

0.000Air Blank 19:49

0.079Control Test 19:49

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:1804/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:17

Broward County SO

SERPHOS,STEVEN

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

HILL JR

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.079Control Test 01:11

0.000Air Blank 01:12

# 1 0.049Subject Sample 01:14

1.929Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2Subject Sample 01:17 Subject Test Refused

0.753Breath Volume 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4104/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:50

Broward County SO

NEWTON,PATRICK

07/05/2017

15615080A3

OTHER Local

MEDINA,MARMILLY,

VILLANUEVA

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.077Control Test 02:31

0.000Air Blank 02:31

# 1 0.202Subject Sample 02:32

3.675Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.222Subject Sample 02:35

3.191Breath Volume 02:35

0.000Air Blank 02:35

0.078Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:3904/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:20

Broward County SO

MEYERS,ERIC

07/05/2017

15615080A3

Sunrise PD

MEDINA,MARMILLY,

OMAR MACHADO

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.078Control Test 03:46

0.000Air Blank 03:47

# 1 0.128Subject Sample 03:47

1.777Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.137Subject Sample 03:51

1.945Breath Volume 03:51

0.000Air Blank 03:51

0.078Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0604/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:31

Broward County SO

POPICK,SCOTT

07/05/2017

15615080A3

Broward County SO

GRAY,SANDRA,

RAMIREZ

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.253Subject Sample 01:23

1.609Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.248Subject Sample 01:26

1.738Breath Volume 01:26

0.000Air Blank 01:26

0.078Control Test 01:27

Air Blank 01:27 RFI Detect

0.000Air Blank 01:28

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5604/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:31

Broward County SO

POPICK,SCOTT

07/05/2017

15615080A3

Broward County SO

GRAY,SANDRA,

RAMIREZ

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

Air Blank 01:32 RFI Detect

0.000Air Blank 01:32

Data Download Date/Time: 04/25/2016 15:06

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0504/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:46

Broward County SO

SERPHOS,STEVEN

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,S

SAGGESE

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.079Control Test 00:31

Air Blank 00:31 RFI Detect

0.000Air Blank 00:32

Data Download Date/Time: 04/25/2016 15:07

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3904/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:46

Broward County SO

SERPHOS,STEVEN

07/05/2017

15615080A3

Broward County SO

FRAZIER,ANAYA,

SAGGESE

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.079Control Test 00:35

0.000Air Blank 00:35

# 1 0.000Subject Sample 00:37

2.644Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.000Subject Sample 00:40

2.910Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 04/25/2016 15:07

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2504/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:25

Broward County SO

POPE,AUSTIN

07/05/2017

15615080A3

Hillsboro Beach PD

HARNANDAN,INDROWTIE,

BARTHELEMY

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

# 1 0.200Subject Sample 02:22

2.316Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.186Subject Sample 02:25

2.464Breath Volume 02:25

0.000Air Blank 02:26

0.078Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 04/25/2016 15:07

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4904/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:58

Broward County SO

POPICK,SCOTT

07/05/2017

15615080A3

Broward County SO

MEDINA,MARMILLY,

THOMPSON

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

# 1 0.068Subject Sample 02:16

1.734Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.064Subject Sample 02:20

1.453Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 04/25/2016 15:07

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001248CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:2204/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:56

Broward County SO

CHARLES,WOODNELL

07/05/2017

15615080A3

Broward County SO

TILLMAN,SHEILA,L

SALLES

03/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

# 1 0.135Subject Sample 04:16

1.503Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.124Subject Sample 04:19

2.199Breath Volume 04:19

0.000Air Blank 04:20

0.079Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 04/25/2016 15:07

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:5404/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:17

16:31

Orange County SO

KIRK,BRIAN

03/05/2017

05115080A5

Winter Garden PD

MELVILLE,KELLY,M

CHAPMAN

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:44

0.000Air Blank 16:45

0.079Control Test 16:45

0.000Air Blank 16:45

# 1 0.111Subject Sample 16:46

1.378Breath Volume 16:46

0.000Air Blank 16:47

0.000Air Blank 16:49

# 2 0.104Subject Sample 16:50

1.246Breath Volume 16:50

0.000Air Blank 16:50

0.079Control Test 16:51

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:5504/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:43

Orange County SO

BINET,MARLON

03/05/2017

05115080A5

FHP Troop D

FIGUEROA,HECTOR,A

HASTY

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:38

# 1 0.149Subject Sample 23:39

2.109Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:41

# 2 0.140Subject Sample 23:42

1.417Breath Volume 23:42

0.000Air Blank 23:43

0.078Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:2804/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:32

Orange County SO

MOONDA,SHUAIB

03/05/2017

05115080A5

FHP Troop D

SCREWS,DARCY,L

DE LA ROSA

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.078Control Test 04:26

0.000Air Blank 04:27

# 1 0.193Subject Sample 04:27

4.296Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.193Subject Sample 04:30

4.675Breath Volume 04:30

0.000Air Blank 04:31

0.076Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:3404/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

18:59

Orange County SO

THACKSTON,ERIK

03/05/2017

05115080A5

FHP Troop K

FIGUEROA,HECTOR,A

DOZIER

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.078Control Test 20:31

0.000Air Blank 20:31

# 1 0.270Subject Sample 20:32

2.195Breath Volume 20:32

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.276Subject Sample 20:34

1.730Breath Volume 20:34

0.000Air Blank 20:35

0.077Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:2704/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:29

Orange County SO

HUDSON,CODY

03/05/2017

05115080A5

Winter Garden PD

SCREWS,DARCY,L

MONSOUR

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:35 No Sample Provided

0.000Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2Subject Sample 00:41 No Sample Provided

0.000Breath Volume 00:41

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:0304/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:05

Orange County SO

MOORE,ANDREW

03/05/2017

05115080A5

Maitland PD

DAVIS,COURTNEY,L

PATEL

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

# 1 0.215Subject Sample 00:53

1.781Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.206Subject Sample 00:56

1.976Breath Volume 00:56

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:58

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:4004/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

21:39

Orange County SO

HAWKINS,DEBORAH

03/05/2017

05115080A5

FHP Troop D

SCREWS,DARCY,L

CHEVERE

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.079Control Test 23:09

0.000Air Blank 23:09

# 1 0.026Subject Sample 23:10

1.507Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:12

# 2 0.024Subject Sample 23:13

1.398Breath Volume 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:0004/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

01:50

Orange County SO

KIM,ERIK

03/05/2017

05115080A5

Orange County SO

SCREWS,DARCY,L

HELTON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

# 1 0.166Subject Sample 03:14

1.355Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:16

# 2 0.136Subject Sample 03:19 Volume Not Met

0.066Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 3Subject Sample 03:25 No Sample Provided

0.000Breath Volume 03:25

0.000Air Blank 03:26

0.077Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:27

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:2204/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

01:50

Orange County SO

KIM,ERIK

03/05/2017

05115080A5

Orange County SO

SCREWS,DARCY,L

HELTON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

# 1 0.132Subject Sample 03:57 Volume Not Met

0.000Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2Subject Sample 04:02 No Sample Provided

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:1204/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:59

Orange County SO

STOLTZ,SCOTT

03/05/2017

05115080A5

FHP Troop D

CANER,OSVALDO,

NORTON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

# 1Subject Sample 04:15 No Sample Provided

0.000Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2Subject Sample 04:20 No Sample Provided

0.000Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:42:1504/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:14

13:13

Orange County SO

KING,GORDON

03/05/2017

05115080A5

Orange County SO

PADRON,MARCIE,L

WALKER

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:36

0.000Air Blank 14:36

0.080Control Test 14:36

0.000Air Blank 14:37

# 1 0.000Subject Sample 14:37

1.597Breath Volume 14:37

0.000Air Blank 14:38

0.000Air Blank 14:40

# 2 0.000Subject Sample 14:40

1.687Breath Volume 14:40

0.000Air Blank 14:41

0.077Control Test 14:41

0.000Air Blank 14:42

OKDiagnostics Check 14:42

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:5104/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:31

Orange County SO

DANJOU,SCOTT

03/05/2017

05115080A5

Orange County SO

SCREWS,DARCY,L

BROOKFIELD

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.079Control Test 02:29

0.000Air Blank 02:29

# 1 0.126Subject Sample 02:30

2.085Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:32

# 2 0.127Subject Sample 02:33

1.968Breath Volume 02:33

0.000Air Blank 02:33

0.077Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:2804/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:11

Orange County SO

GALLUP,ELIAS

03/05/2017

05115080A5

Orange County SO

FIGUEROA,HECTOR,A

BURTON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:02

# 1 0.117Subject Sample 01:02

3.304Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.114Subject Sample 01:05

3.351Breath Volume 01:05

0.000Air Blank 01:06

0.078Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 04/21/2016 12:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:3704/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:17

Orange County SO

AVANT,WESLEY

03/05/2017

05115080A5

Orange County SO

DENSON,TRAVIS,W

BEGEOT

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.078Control Test 01:23

0.000Air Blank 01:24

# 1 0.082Subject Sample 01:25

3.886Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.080Subject Sample 01:28

3.710Breath Volume 01:28

0.000Air Blank 01:28

0.078Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:1704/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:27

Orange County SO

VINER,DENNIS

03/05/2017

05115080A5

Orange County SO

DENSON,TRAVIS,W

CATANO

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:24

# 1 0.126Subject Sample 04:24

3.058Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.115Subject Sample 04:27

1.398Breath Volume 04:27

0.000Air Blank 04:28

0.077Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:4604/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

19:42

Orange County SO

ALEJANDRO,GENESIS

03/05/2017

05115080A5

Winter Park PD

DENSON,TRAVIS,W

BARKER

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.078Control Test 21:15

0.000Air Blank 21:15

# 1 0.107Subject Sample 21:17

1.242Breath Volume 21:17

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.108Subject Sample 21:20

1.773Breath Volume 21:20

0.000Air Blank 21:20

0.076Control Test 21:21

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:2804/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:32

Orange County SO

VINER,DENNIS

03/05/2017

05115080A5

Orange County SO

DENSON,TRAVIS,W

SIERRA

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.078Control Test 00:40

0.000Air Blank 00:40

# 1 0.110Subject Sample 00:41

2.257Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.112Subject Sample 00:44

1.441Breath Volume 00:44

0.000Air Blank 00:45

0.077Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:4004/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:16

04:28

Orange County SO

JORGE,JUNIOR

03/05/2017

05115080A5

FHP Troop D

DENSON,TRAVIS,W

CUESTA

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:38

0.000Air Blank 05:38

0.079Control Test 05:39

0.000Air Blank 05:39

# 1Subject Sample 05:42 No Sample Provided

0.000Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:45

# 2Subject Sample 05:48 No Sample Provided

0.000Breath Volume 05:48

0.000Air Blank 05:48

0.079Control Test 05:49

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:0804/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:46

Orange County SO

WEAVER,WILLIAM

03/05/2017

05115080A5

Orlando PD

BELL,SHAWN,

ANDERSON

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.079Control Test 01:50

0.000Air Blank 01:50

# 1 0.000Subject Sample 01:50

2.136Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.000Subject Sample 01:53

2.394Breath Volume 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:1304/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:26

Orange County SO

URIBE,SERGIO

03/05/2017

05115080A5

Orange County SO

BELL,SHAWN,

DAVIDSON

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.080Control Test 05:09

0.000Air Blank 05:09

# 1 0.000Subject Sample 05:10

3.167Breath Volume 05:10

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.000Subject Sample 05:12

3.457Breath Volume 05:12

0.000Air Blank 05:13

0.078Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:21:5504/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

03:57

Orange County SO

HAWKINS,DEBORAH

03/05/2017

05115080A5

FHP Troop D

BELL,SHAWN,

SUNDERLY

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:16

0.078Control Test 06:16

0.000Air Blank 06:16

# 1 0.188Subject Sample 06:17

4.007Breath Volume 06:17

0.000Air Blank 06:18

0.000Air Blank 06:19

# 2 0.187Subject Sample 06:20

3.945Breath Volume 06:20

0.000Air Blank 06:21

0.078Control Test 06:21

0.000Air Blank 06:21

OKDiagnostics Check 06:21

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:5904/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:17

Orange County SO

OCHOA,YAMIANIS

03/05/2017

05115080A5

FHP Troop D

BELL,SHAWN,

SALVADORRAFAEL

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.078Control Test 03:49

0.000Air Blank 03:50

# 1 0.216Subject Sample 03:50

1.867Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:52

# 2 0.215Subject Sample 03:53

1.144Breath Volume 03:53

0.000Air Blank 03:54

0.078Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 04/28/2016 12:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3004/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:18

Orange County SO

DANJOU,SCOTT

03/05/2017

05115080A5

Orange County SO

BELL,SHAWN,

PAERES

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.078Control Test 02:04

0.000Air Blank 02:05

# 1 0.104Subject Sample 02:05

1.800Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.112Subject Sample 02:08

2.804Breath Volume 02:08

0.000Air Blank 02:09

0.078Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 05/05/2016 17:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:5104/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:02

Orange County SO

GALLUP,ELIAS

03/05/2017

05115080A5

Orange County SO

BELL,SHAWN,

BRETON

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.079Control Test 03:29

0.000Air Blank 03:29

# 1 0.120Subject Sample 03:29

1.121Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.122Subject Sample 03:33

2.792Breath Volume 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 05/05/2016 17:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001255CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:2204/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:53

Orange County SO

MERKS,ANDREW

03/05/2017

05115080A5

Orlando PD

BELL,SHAWN,

WILLIAMS

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

# 1 0.184Subject Sample 04:32

1.644Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.180Subject Sample 04:36

1.140Breath Volume 04:36

0.000Air Blank 04:37

0.076Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 05/05/2016 17:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:1704/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:59

Orange County SO

DANJOU,SCOTT

03/05/2017

05115080A5

Orange County SO

SCREWS,DARCY,L

SCHNEIDER

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

# 1 0.124Subject Sample 03:45

2.414Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.128Subject Sample 03:48

2.476Breath Volume 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:3004/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:29

Orange County SO

WATTS,ANTHONY

03/05/2017

05115080A5

Orlando PD

COLEMAN,BRETT,J

PARKER

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.080Control Test 21:32

0.000Air Blank 21:32

# 1 0.220Subject Sample 21:33

1.511Breath Volume 21:33

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.227Subject Sample 21:36

1.683Breath Volume 21:36

0.000Air Blank 21:36

0.078Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5804/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:08

Orange County SO

MATHISEN,LEIGH

03/05/2017

05115080A5

Winter Garden PD

SCREWS,DARCY,L

MIERAS

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

# 1 0.193Subject Sample 01:01

2.113Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.180Subject Sample 01:04

2.992Breath Volume 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:3504/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:18

Orange County SO

BARRIENTOS,EVELYN

03/05/2017

05115080A5

OTHER Local

COLEMAN,BRETT,J

BURTON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.080Control Test 04:47

0.000Air Blank 04:47

# 1 0.073Subject Sample 04:48

1.292Breath Volume 04:48

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.074Subject Sample 04:51

2.183Breath Volume 04:51

0.000Air Blank 04:51

0.080Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0904/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:49

Orange County SO

GUY,STEVEN

03/05/2017

05115080A5

Maitland PD

DAVIS,COURTNEY,L

IODICE

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1 0.200Subject Sample 02:45

2.273Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.197Subject Sample 02:49

2.125Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5404/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:15

Orange County SO

MCKINNON,SIR FRANCIS

03/05/2017

05115080A5

FHP Troop D

COLEMAN,BRETT,J

LOUISIUS

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:00

# 1 0.159Subject Sample 04:01

3.578Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.156Subject Sample 04:04

3.492Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:0804/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:03

Orange County SO

SAYLER,ROBERT

03/05/2017

05115080A5

Orange County SO

SCREWS,DARCY,L

BENNETT

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

# 1Subject Sample 04:18 Subject Test Refused

0.000Breath Volume 04:18

0.000Air Blank 04:19

0.080Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:3104/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:00

Orange County SO

CORSO,ANTHONY

03/05/2017

05115080A5

FHP Troop D

FIGUEROA,HECTOR,A

BROWN

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.081Control Test 04:55

0.000Air Blank 04:55

# 1 0.222Subject Sample 04:55

1.230Breath Volume 04:55

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.217Subject Sample 04:59

1.691Breath Volume 04:59

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:2404/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

03:56

Orange County SO

HAWKINS,DEBORAH

03/05/2017

05115080A5

FHP Troop D

SCREWS,DARCY,L

ROBERTS

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:34

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:35

# 1Subject Sample 05:38 No Sample Provided

0.000Breath Volume 05:38

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2Subject Sample 05:44 No Sample Provided

0.000Breath Volume 05:44

0.000Air Blank 05:44

0.080Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:3804/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:43

Orange County SO

KEANE,PETER

03/05/2017

05115080A5

Winter Garden PD

DAVIS,COURTNEY,L

DADD

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

# 1 0.183Subject Sample 02:00

1.738Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.167Subject Sample 02:04

2.484Breath Volume 02:04

0.000Air Blank 02:04

0.080Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5004/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:16

Orange County SO

ANDREWS,GARY

03/05/2017

05115080A5

Maitland PD

DAVIS,COURTNEY,L

LEUNG

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:29

# 1 0.131Subject Sample 03:31

2.214Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.112Subject Sample 03:34

1.140Breath Volume 03:34

0.000Air Blank 03:34

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:29:1904/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:46

07:15

Orange County SO

JOHNSON,KAREY

03/05/2017

05115080A5

Orlando PD

MILLS,ARMAND,G

TEKU

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:20

0.000Air Blank 08:20

0.080Control Test 08:21

0.000Air Blank 08:21

# 1Subject Sample 08:24 No Sample Provided

0.000Breath Volume 08:24

0.000Air Blank 08:25

0.000Air Blank 08:27

# 2Subject Sample 08:27 Subject Test Refused

0.000Breath Volume 08:27

0.000Air Blank 08:28

0.080Control Test 08:28

0.000Air Blank 08:29

OKDiagnostics Check 08:29

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:5904/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:42

Orange County SO

PRICE,FOREST

03/05/2017

05115080A5

Orlando PD

DAVIS,COURTNEY,L

LOPEZ RIVERA

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.080Control Test 22:15

0.000Air Blank 22:15

# 1 0.000Subject Sample 22:16

2.156Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2Subject Sample 22:21 No Sample Provided

0.000Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 3Subject Sample 22:27 No Sample Provided

0.000Breath Volume 22:27

0.000Air Blank 22:28

0.081Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:5104/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:42

Orange County SO

PRICE,FOREST

03/05/2017

05115080A5

Orlando PD

DAVIS,COURTNEY,

LOPEZ RIVERA

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:43

# 1 0.000Subject Sample 22:44

2.058Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.000Subject Sample 22:47

2.105Breath Volume 22:47

0.000Air Blank 22:47

0.080Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2104/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

00:39

Orange County SO

FRANCO,CARLOS

03/05/2017

05115080A5

FHP Troop D

SCREWS,DARCY,L

SEYBOLD

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

# 1 0.199Subject Sample 02:10

3.285Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.199Subject Sample 02:12

2.882Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 04/07/2016 15:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3404/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:38

Orange County SO

MOORE,ANDREW

03/05/2017

05115080A5

Maitland PD

FIGUEROA,HECTOR',A

ZUMPANO

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:35

# 1 0.126Subject Sample 02:36

1.402Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.126Subject Sample 02:40

1.355Breath Volume 02:40

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:2404/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:07

Orange County SO

URIBE,SERGIO

03/05/2017

05115080A5

Orange County SO

SCREWS,DARCY,L

RINCON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1 0.101Subject Sample 02:58

1.914Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.100Subject Sample 03:01

1.625Breath Volume 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:4804/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:55

Orange County SO

ZITO,ANTHONY

03/05/2017

05115080A5

FHP Troop D

FIGUEROA,HECTOR,A

ACOSTA

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

# 1 0.145Subject Sample 03:42

1.574Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:44

# 2 0.143Subject Sample 03:45

1.515Breath Volume 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4604/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:23

Orange County SO

BINET,MARLON

03/05/2017

05115080A5

FHP Troop D

CANER,OSVALDO,

MACEDO-CRUZ

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

# 1 0.287Subject Sample 01:17

1.457Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:19

# 2 0.282Subject Sample 01:20

1.281Breath Volume 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:4704/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:45

Orange County SO

KIPP,ALEXANDER

03/05/2017

05115080A5

Orlando PD

FIGUEROA,HECTOR,A

LOCK

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1 0.144Subject Sample 02:42

2.531Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 2 0.145Subject Sample 02:45

3.164Breath Volume 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:06:5404/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:10

08:46

Orange County SO

CORSO,ANTHONY

03/05/2017

05115080A5

FHP Troop D

RODRIGUEZ,MICHAEL,J

VASQUEZGONZALEZ

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:00

0.000Air Blank 10:00

0.081Control Test 10:01

0.000Air Blank 10:01

# 1 0.170Subject Sample 10:02

2.734Breath Volume 10:02

0.000Air Blank 10:02

0.000Air Blank 10:04

# 2 0.171Subject Sample 10:05

2.378Breath Volume 10:05

0.000Air Blank 10:06

0.080Control Test 10:06

0.000Air Blank 10:06

OKDiagnostics Check 10:06

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2904/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:27

Orange County SO

RENESKI,J

03/05/2017

05115080A5

Winter Park PD

FIGUEROA,HECTOR,A

BOGUE

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.081Control Test 23:45

0.000Air Blank 23:45

# 1 0.200Subject Sample 23:46

4.394Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.207Subject Sample 23:49

4.175Breath Volume 23:49

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:36:2404/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:05

07:44

Orange County SO

VILLAR,ADAM

03/05/2017

05115080A5

Orange County SO

RODRIGUEZ,MICHAEL,J

JOSEPH

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:29

0.000Air Blank 08:30

0.081Control Test 08:30

0.000Air Blank 08:31

# 1 0.164Subject Sample 08:31

1.308Breath Volume 08:31

0.000Air Blank 08:32

0.000Air Blank 08:34

# 2 0.161Subject Sample 08:34

1.140Breath Volume 08:34

0.000Air Blank 08:35

0.080Control Test 08:35

0.000Air Blank 08:36

OKDiagnostics Check 08:36

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3604/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:54

Orange County SO

SPEER,ANDREW

03/05/2017

05115080A5

Maitland PD

DENSON,TRAVIS,W

GHICA

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:50

# 1 0.144Subject Sample 02:51

1.777Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.146Subject Sample 02:54

2.328Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:4604/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:04

Orange County SO

URIBE,SERGIO

03/05/2017

05115080A5

Orange County SO

CANER,OSVALDO,

LOPEZ

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:41

# 1 0.130Subject Sample 03:42

2.851Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:44

# 2 0.118Subject Sample 03:45

1.828Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 04/14/2016 13:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:4604/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

23:08

Orange County SO

WEAVER,WILLIAM

03/05/2017

05115080A5

Orlando PD

SCREWS,DARCY,L

MAYE

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.080Control Test 23:45

0.000Air Blank 23:45

# 1 0.181Subject Sample 23:46

2.105Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:48

# 2 0.173Subject Sample 23:49

1.925Breath Volume 23:49

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 04/21/2016 10:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:30:2104/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

07:35

Orange County SO

BAGGS,JAMES

03/05/2017

05115080A5

Orange County SO

RODRIGUEZ,MICHAEL,J

WHITFIELD

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:24

0.000Air Blank 09:24

0.080Control Test 09:24

0.000Air Blank 09:25

# 1 0.076Subject Sample 09:25

2.171Breath Volume 09:25

0.000Air Blank 09:26

0.000Air Blank 09:28

# 2 0.083Subject Sample 09:28

3.335Breath Volume 09:28

0.000Air Blank 09:29

0.080Control Test 09:29

0.000Air Blank 09:30

OKDiagnostics Check 09:30

Data Download Date/Time: 04/21/2016 10:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2504/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:33

Orange County SO

MILLER,RYAN

03/05/2017

05115080A5

Windermere PD

DAVIS,COURTNEY,L

THOMPSON

03/22/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.081Control Test 00:23

0.000Air Blank 00:23

# 1 0.204Subject Sample 00:24

1.832Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.212Subject Sample 00:27

3.707Breath Volume 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 04/21/2016 10:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:1504/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:15

Orange County SO

AUSTIN,ADAM

03/05/2017

05115080A5

Orlando PD

HARDEN,WILLIAM,L

MORALES

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1 0.000Subject Sample 04:11

1.390Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.000Subject Sample 04:13

1.296Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 04/28/2016 12:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:2404/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:21

Orange County SO

GONZALEZ,ELVIN

03/05/2017

05115080A5

Orlando PD

HARDEN,WILLIAM,L

PINHEIRO PINTO

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 21:59

# 1 0.159Subject Sample 22:00

2.265Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.175Subject Sample 22:03

1.753Breath Volume 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 04/28/2016 12:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:5704/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:32

Orange County SO

WEAVER,WILLIAM

03/05/2017

05115080A5

Orlando PD

HARDEN,WILLIAM,L

WRIGHT

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.314Subject Sample 03:25

2.316Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.329Subject Sample 03:28

2.101Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 04/28/2016 12:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3204/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:11

Orange County SO

GONZALEZ,ELVIN

03/05/2017

05115080A5

Orlando PD

HARDEN,WILLIAM,L

MARCHESSAULT

04/21/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

# 1 0.000Subject Sample 03:59

1.898Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.000Subject Sample 04:02

1.242Breath Volume 04:02

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 05/05/2016 17:49

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5904/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

21:34

Cocoa PD

YAKARYS,THEO

05/05/2017

11315080A2

Cocoa PD

FRAZIER,JAMES,H

WELSH

04/19/2016

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1 0.000Subject Sample 01:57

2.417Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.000Subject Sample 02:00

2.292Breath Volume 02:00

0.000Air Blank 02:01

0.076Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 05/17/2016 20:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:0704/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:42

Rockledge PD

HOLBROOK,NICHOLAS

11/05/2016

28214080A1

Rockledge PD

CASEY,COREY,M

CLARIDGE

03/26/2016

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

# 1Subject Sample 22:46 Subject Test Refused

0.000Breath Volume 22:46

0.000Air Blank 22:47

0.079Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 04/29/2016 05:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4704/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:07

Rockledge PD

SIMMONS,BRIAN

11/05/2016

28214080A1

Rockledge PD

KENNEDY,PATRICK,W

DEOLIVEIRA

03/26/2016

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

# 1 0.115Subject Sample 01:44

1.296Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:46

# 2 0.114Subject Sample 01:47

1.183Breath Volume 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 04/29/2016 05:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4804/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

23:06

Rockledge PD

CLARK,JAMES

11/05/2016

28214080A1

Rockledge PD

CLARK,JAMES,P

GLASS

03/26/2016

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:54

# 1 0.000Subject Sample 23:55

1.449Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:58

# 2 0.000Subject Sample 23:58

1.617Breath Volume 23:58

0.000Air Blank 23:58

0.078Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 04/29/2016 05:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2904/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:07

Melbourne PD

LINEHAN,DANIEL

04/08/2018

1841081

Melbourne PD

LINEHAN,DANIEL,J

BAER

03/31/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:37

0.000Air Blank 01:37

# 1 0.166Subject Sample 01:39

1.441Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.161Subject Sample 01:41

1.507Breath Volume 01:41

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 04/28/2016 08:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:2604/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:48

Melbourne PD

MALLON,MARIEUGENIA

04/08/2018

1841081

Melbourne PD

GARCIA,RICARDO,J

SEE

03/31/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

# 1 0.163Subject Sample 02:37 Volume Not Met

0.171Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.160Subject Sample 02:42 Volume Not Met

0.199Breath Volume 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 04/28/2016 08:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:52:4804/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:00

07:39

Melbourne PD

SKOVSGARD,BRITTNEY

04/08/2018

1841081

Melbourne PD

SKOVSGARD,BRITTNEY,D

CHANG

03/31/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:45

0.000Air Blank 09:46

0.080Control Test 09:46

0.000Air Blank 09:47

# 1 0.000Subject Sample 09:48

1.144Breath Volume 09:48

0.000Air Blank 09:48

0.000Air Blank 09:50

# 2 0.000Subject Sample 09:51

1.250Breath Volume 09:51

0.000Air Blank 09:51

0.080Control Test 09:52

0.000Air Blank 09:52

OKDiagnostics Check 09:52

Data Download Date/Time: 04/28/2016 08:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:0704/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:29

Melbourne PD

MCKINNEY,JASON

04/08/2018

1841081

Melbourne PD

LINEHAN,DANIEL,J

LARSON

03/31/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.081Control Test 23:08

0.000Air Blank 23:08

# 1 0.179Subject Sample 23:09

1.988Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.175Subject Sample 23:12

1.398Breath Volume 23:12

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 04/28/2016 08:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:10:1104/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

15:13

Melbourne PD

SIMONS,JUSTIN

04/08/2018

1841081

Melbourne PD

BRACKETT,MARK,J

BROWN

03/31/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:08

0.000Air Blank 16:09

0.095Control Test 16:09 Interferent Detect

0.000Air Blank 16:10

Data Download Date/Time: 04/28/2016 08:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:16:2404/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

15:13

Melbourne PD

SIMONS,JUSTIN

04/08/2018

1841081

Melbourne PD

BRACKETT,MARK,J

BROWN

03/31/2016

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:12

0.000Air Blank 16:13

0.081Control Test 16:13

0.000Air Blank 16:13

# 1Subject Sample 16:14 Interferent Detect

1.472Breath Volume 16:14

0.000Air Blank 16:15

0.067Control Test 16:15 Interferent Detect

0.000Air Blank 16:16

Data Download Date/Time: 04/28/2016 08:34

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:4104/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:53

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

HALFHIDE

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:02

0.000Air Blank 02:02

# 1 0.107Subject Sample 02:03

2.605Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.103Subject Sample 02:06

2.152Breath Volume 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 04/24/2016 19:54

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0904/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:48

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

THOMPSON

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

# 1 0.240Subject Sample 02:01

1.351Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.242Subject Sample 02:04

1.207Breath Volume 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 04/24/2016 19:54

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0304/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

21:45

Palm Bay PD

DURRANCE,CHRISTOPHER

12/05/2016

32114080A2

FHP Troop D

LUTZ,EDWIN,J

BOND

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

# 1 0.189Subject Sample 23:12

1.910Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.179Subject Sample 23:15

1.949Breath Volume 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 04/24/2016 19:54

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:5104/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

01:11

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

FRANZKE

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.197Subject Sample 01:17

2.140Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:19

# 2 0.191Subject Sample 01:20

2.132Breath Volume 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 04/24/2016 19:54

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:3604/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:26

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

BAEZ MARTINEZ

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

# 1 0.127Subject Sample 01:37

1.539Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2Subject Sample 01:41 Subject Test Refused

0.000Breath Volume 01:41

0.000Air Blank 01:41

0.078Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 04/24/2016 19:54

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:5204/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:26

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

BAEZ MARTINEZ

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:14

# 1 0.115Subject Sample 02:15

1.421Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.111Subject Sample 02:18

1.632Breath Volume 02:18

0.000Air Blank 02:18

0.079Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 04/24/2016 19:54

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:4304/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:30

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

GLADCHUK

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:42

# 1 0.084Subject Sample 21:42

3.070Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.083Subject Sample 21:45

3.582Breath Volume 21:45

0.000Air Blank 21:45

0.080Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 04/24/2016 19:54

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:3304/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:44

Palm Bay PD

CARPENTER,RYAN

12/05/2016

32114080A2

Brevard County SO

LUTZ,EDWIN,J

HALL

03/25/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

# 1 0.000Subject Sample 01:30

2.531Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:33

1.113Breath Volume 01:33

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 04/24/2016 19:55

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:1904/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:31

Palm Bay PD

LUTZ,EDWIN

12/05/2016

32114080A2

Palm Bay PD

LUTZ,EDWIN,J

HARTMANN IV

04/24/2016

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

# 1 0.088Subject Sample 00:51 Volume Not Met

0.039Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.099Subject Sample 00:56 Volume Not Met

0.601Breath Volume 00:56

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 05/22/2016 11:55

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:0604/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

01:43

Seminole County SO

REHDER,PATRICK

01/08/2018

1787697

Seminole County SO

BERRIOS,STEPHANIE,A

MINOUGHAN

04/29/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

# 1 0.117Subject Sample 04:50

2.500Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.118Subject Sample 04:53

2.804Breath Volume 04:53

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 05/01/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:0104/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:46

Seminole County SO

VAUGHN,JACOB

01/08/2018

1787697

FHP Troop D

BERRIOS,STEPHANIE,A

CARRIL

03/21/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

# 1 0.171Subject Sample 05:22

3.316Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:25

# 2 0.174Subject Sample 05:25

3.476Breath Volume 05:25

0.000Air Blank 05:26

0.081Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:27

Data Download Date/Time: 05/01/2016 20:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:5804/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

21:55

21:12

Seminole County SO

SEAL,ZACHARY

01/08/2018

1787697

Seminole County SO

BERRIOS,STEPHANIE,A

KELLEY

04/29/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.081Control Test 22:20

0.000Air Blank 22:21

# 1 0.106Subject Sample 22:21

3.152Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.102Subject Sample 22:24

2.019Breath Volume 22:24

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 05/01/2016 20:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:2204/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:15

Seminole County SO

SPEER,ANDREW

01/08/2018

1787697

Maitland PD

BERRIOS,STEPHANIE,A

CARBALLOSA

04/29/2016

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.080Control Test 03:04

0.000Air Blank 03:04

# 1 0.000Subject Sample 03:05

3.367Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.000Subject Sample 03:08

3.363Breath Volume 03:08

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 05/01/2016 20:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:1004/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:30

Pinellas County SO

BLASINI,M

02/27/2017

AG505803

Pinellas County SO

DEANE,M,

GIBSON

03/25/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

# 1 0.239Subject Sample 04:23

1.367Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.233Subject Sample 04:27

1.179Breath Volume 04:27

0.000Air Blank 04:28

0.078Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 04/23/2016 20:49

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:4704/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

02:55

Pinellas County SO

TRINIDAD,M

02/27/2017

AG505803

Tarpon Springs PD

DEANE,M,

TERRY

03/25/2016

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.078Control Test 04:39

0.000Air Blank 04:39

# 1 0.017Subject Sample 04:42

1.253Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.014Subject Sample 04:46

1.398Breath Volume 04:46

0.000Air Blank 04:46

0.078Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 04/23/2016 20:49

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.


