
80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:0608/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:49

Monroe County SO

WHITEMAN,NICHOLIS

02/04/2019

279870

Monroe County SO

WHITEMAN,NICHOLIS,J

TIZZANO

07/04/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.081Control Test 00:38

0.000Air Blank 00:38

# 1Subject Sample 00:39 Subject Test Refused

0.000Breath Volume 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 08/14/2016 07:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:2708/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

05:27

Monroe County SO

WHITEMAN,NICHOLIS

02/04/2019

279870

Monroe County SO

WHITEMAN,NICHOLIS,J

KEYS

07/04/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

Air Blank 05:43 RFI Detect

0.000Air Blank 05:44

Data Download Date/Time: 08/14/2016 07:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:2308/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

05:27

Monroe County SO

WHITEMAN,NICHOLIS

02/04/2019

279870

Monroe County SO

WHITEMAN,NICHOLIS,J

KEYS

07/04/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.081Control Test 05:52

0.000Air Blank 05:52

# 1Subject Sample 05:53 Subject Test Refused

0.085Breath Volume 05:53

0.000Air Blank 05:54

0.083Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 08/14/2016 07:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:1208/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:04

FHP Troop E

JORDAN,MICHAEL

02/04/2019

279870

FHP Troop E

JORDAN,MICHAEL,R

RUIZ

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.083Control Test 01:29

0.000Air Blank 01:30

# 1 0.108Subject Sample 01:30

1.757Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.108Subject Sample 01:33

1.792Breath Volume 01:33

0.000Air Blank 01:34

0.083Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 09/15/2016 01:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:5508/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:54

Monroe County SO

SIMO,ANNETTE

09/12/2017

1737087

Monroe County SO

WHITEMAN,NICHOLIS,J

MATTHIS

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.082Control Test 20:26

0.000Air Blank 20:26

# 1Subject Sample 20:28 Subject Test Refused

0.000Breath Volume 20:28

0.000Air Blank 20:28

0.082Control Test 20:29

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 09/15/2016 01:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:2108/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:06

Key West PD

RODRIGUEZ,ALEX

06/05/2017

091602

Key West PD

RODRIGUEZ,ALEX,

BEAN

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

# 1Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.078Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 08/15/2016 08:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:15:5608/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

15:40

14:40

Key West PD

GOMEZ,JULIO

06/05/2017

091602

Key West PD

O'CONNELL,KEVIN,M

SCHMIDT

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:10

0.080Control Test 16:10

0.000Air Blank 16:11

# 1 0.000Subject Sample 16:11

3.273Breath Volume 16:11

0.000Air Blank 16:12

0.000Air Blank 16:14

# 2 0.000Subject Sample 16:14

2.148Breath Volume 16:14

0.000Air Blank 16:15

0.079Control Test 16:15

0.000Air Blank 16:15

OKDiagnostics Check 16:15

Data Download Date/Time: 08/15/2016 08:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:5508/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:10

Monroe County SO

KORZEN,GREG

06/05/2017

091602

Monroe County SO

KORZEN,GREG,B

MALKIN

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

# 1Subject Sample 23:45 Subject Test Refused

0.000Breath Volume 23:45

0.000Air Blank 23:46

0.081Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:3508/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:13

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

ELLER

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

# 1 0.255Subject Sample 00:07

1.726Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2Subject Sample 00:10 RFI Detect

0.000Breath Volume 00:10

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:3708/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:13

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

ELLER

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:13

# 1 0.235Subject Sample 00:14

1.429Breath Volume 00:14

0.000Air Blank 00:15

Air Blank 00:16 RFI Detect

Air Blank 00:17 RFI Detect

0.000Air Blank 00:17

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0608/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:13

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

ELLER

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

# 1 0.240Subject Sample 00:28

2.445Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.246Subject Sample 00:31

1.921Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:1408/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:51

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

ZULLO

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.080Control Test 04:37

0.000Air Blank 04:38

# 1 0.230Subject Sample 04:38

2.132Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.222Subject Sample 04:41

1.558Breath Volume 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:51:4508/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:25

11:07

FHP Troop E

WANG,RICHARD

06/05/2017

091602

Monroe County SO

CARRILLO,JULIO,C

VASQUEZ

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:45

0.000Air Blank 12:45

0.080Control Test 12:46

0.000Air Blank 12:46

# 1 0.000Subject Sample 12:47

2.773Breath Volume 12:47

0.000Air Blank 12:47

0.000Air Blank 12:49

# 2 0.000Subject Sample 12:50

2.449Breath Volume 12:50

0.000Air Blank 12:50

0.079Control Test 12:51

0.000Air Blank 12:51

OKDiagnostics Check 12:51

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:4008/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:59

18:37

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

MULLER

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.080Control Test 19:34

0.000Air Blank 19:35

# 1Subject Sample 19:35 Subject Test Refused

0.000Breath Volume 19:35

0.000Air Blank 19:35

0.079Control Test 19:36

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:0408/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:39

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

CANTRELL

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.080Control Test 21:43

0.000Air Blank 21:43

# 1Subject Sample 21:45 Subject Test Refused

0.000Breath Volume 21:45

0.000Air Blank 21:46

0.080Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:47

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:1308/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:39

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

CANTRELL

07/03/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:51

# 1 0.190Subject Sample 21:53

2.199Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:55

# 2 0.200Subject Sample 21:56

2.492Breath Volume 21:56

0.000Air Blank 21:57

0.079Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 08/15/2016 08:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:4208/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:13

Coral Gables PD

MARTIN,NATALIE

06/02/2017

AG515306

Coral Gables PD

ST AMAND,STEVE,N

GUTIERREZ-MORERA

08/12/2016

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

# 1Subject Sample 21:02 Subject Test Refused

0.000Breath Volume 21:02

0.000Air Blank 21:02

0.080Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 09/23/2016 12:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:0008/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:31

Coral Gables PD

TANIS,DAREU

06/02/2017

AG515306

Coral Gables PD

TAHA,KHALED,

DIAZ

08/12/2016

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.080Control Test 04:24

0.000Air Blank 04:24

# 1 0.027Subject Sample 04:25

1.371Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.025Subject Sample 04:28

2.101Breath Volume 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:30

Data Download Date/Time: 09/23/2016 12:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:4108/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:25

Miami Beach PD

VEGODA,JOSHUA

03/09/2018

1826916

Miami Beach PD

VEGODA,JOSHUA,S

BARRIOS

08/25/2016

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:07

# 1 0.182Subject Sample 01:10

2.820Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.172Subject Sample 01:14

1.359Breath Volume 01:14

0.000Air Blank 01:14

0.082Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 09/26/2016 11:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:29:1708/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:05

14:04

Miami Beach PD

SOCARRAS,PEDRO

03/09/2018

1826916

Miami Beach PD

FERNANDEZ,JAVIER,

PADILLA

08/25/2016

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:26

0.000Air Blank 14:26

0.081Control Test 14:26

0.000Air Blank 14:27

# 1Subject Sample 14:27 Subject Test Refused

0.000Breath Volume 14:27

0.000Air Blank 14:28

0.081Control Test 14:28

0.000Air Blank 14:29

OKDiagnostics Check 14:29

Data Download Date/Time: 09/26/2016 11:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:3008/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:18

Miami-Dade PD

ADAMS,STEVEN

09/05/2017

22315080A2

Miami-Dade PD

ADAMS,STEVEN,L

JIMENEZ-RAMIREZ

08/10/2016

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.251Subject Sample 03:47

2.468Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.248Subject Sample 03:49

2.386Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 09/12/2016 10:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:08:5308/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:21

Miami-Dade PD

TAPANES,MICHAEL

09/05/2017

22315080A2

Miami-Dade PD

TAPANES,MICHAEL,

LEON

08/10/2016

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.081Control Test 17:56

0.000Air Blank 17:56

# 1 0.000Subject Sample 17:59 Volume Not Met

0.804Breath Volume 17:59

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.000Subject Sample 18:04

1.492Breath Volume 18:04

0.000Air Blank 18:04

0.000Air Blank 18:06

# 3 0.000Subject Sample 18:07

1.562Breath Volume 18:07

0.000Air Blank 18:07

0.079Control Test 18:08

0.000Air Blank 18:08

OKDiagnostics Check 18:08

Data Download Date/Time: 09/12/2016 10:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:2008/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:55

Miami-Dade PD

ADAMS,STEVEN

08/05/2016

19014080A3

Miami-Dade PD

ADAMS,STEVEN,L

RENAUD

07/08/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:10

# 1 0.221Subject Sample 00:12

1.601Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.223Subject Sample 00:15

2.187Breath Volume 00:15

0.000Air Blank 00:16

0.075Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 08/13/2016 00:24

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:1508/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

02:58

Miami-Dade PD

MESA,JONATHAN

08/05/2016

19014080A3

Miami-Dade PD

MESA,JONATHAN,A

SKINNER

07/27/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.079Control Test 04:42

0.000Air Blank 04:42

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:43

0.078Control Test 04:43

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 08/03/2016 09:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1508/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:27

Miami-Dade PD

KINSEY-SMITH,FELICIA

08/05/2016

19014080A3

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

MELNIKOFF

07/27/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

# 1Subject Sample 04:31 Subject Test Refused

0.000Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 08/03/2016 09:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:2208/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:25

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

MYRTIL,REGINALD,J

GOMEZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

# 1 0.163Subject Sample 03:48

1.394Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.160Subject Sample 03:53

1.312Breath Volume 03:53

0.000Air Blank 03:54

0.077Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 09/06/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:4108/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:45

Miami-Dade PD

KINSEY-SMITH,F

09/05/2017

22315080A2

Miami-Dade PD

FRANCO,GREGORY,R

MONTIEL

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.079Control Test 04:20

0.000Air Blank 04:21

# 1Subject Sample 04:21 Subject Test Refused

0.000Breath Volume 04:21

0.000Air Blank 04:21

0.078Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 09/06/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:0008/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:32

OTHER Local

CUAN,RALPH

09/05/2017

22315080A2

OTHER Local

CUAN,RALPH,B

ARTILES RUANO

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.078Control Test 05:14

0.000Air Blank 05:15

# 1 0.193Subject Sample 05:16

1.402Breath Volume 05:16

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.185Subject Sample 05:19

1.457Breath Volume 05:19

Air Blank 05:19 RFI Detect

Air Blank 05:20 RFI Detect

Data Download Date/Time: 09/06/2016 12:06

06 June 2018

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:1608/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:32

OTHER Local

CUAN,RALPH

09/05/2017

22315080A2

OTHER Local

CUAN,RALPH,B

ARTILES RUANO

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.078Control Test 05:27

0.000Air Blank 05:27

# 1 0.195Subject Sample 05:28

1.675Breath Volume 05:28

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.197Subject Sample 05:31

2.125Breath Volume 05:31

0.000Air Blank 05:32

0.078Control Test 05:32

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 09/06/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:26:3808/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:57

05:51

OTHER Local

BONILLA,JOSE

09/05/2017

22315080A2

OTHER Local

BONILLA,JOSE,I

MORALES

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:20

0.000Air Blank 06:20

0.078Control Test 06:21

0.000Air Blank 06:21

# 1 0.163Subject Sample 06:22

1.550Breath Volume 06:22

0.000Air Blank 06:22

0.000Air Blank 06:24

# 2 0.156Subject Sample 06:25

1.812Breath Volume 06:25

0.000Air Blank 06:25

0.073Control Test 06:26 Control Outside Tolerance

0.000Air Blank 06:26

Data Download Date/Time: 09/06/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:12:1708/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

05:22

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

OCHOA CASTANON

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:04

0.000Air Blank 07:04

0.079Control Test 07:04

0.000Air Blank 07:05

# 1 0.094Subject Sample 07:07

1.121Breath Volume 07:07

0.000Air Blank 07:08

0.000Air Blank 07:10

# 2 0.091Subject Sample 07:10

1.519Breath Volume 07:10

0.000Air Blank 07:11

0.077Control Test 07:11

0.000Air Blank 07:12

OKDiagnostics Check 07:12

Data Download Date/Time: 09/06/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:5508/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:52

Miami-Dade PD

VARGAS,DAEL

09/05/2017

22315080A2

Miami-Dade PD

MYRTIL,REGINALD,J

ARIAS

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:43

# 1 0.034Subject Sample 04:43

4.335Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:45

# 2 0.032Subject Sample 04:46

4.597Breath Volume 04:46

0.000Air Blank 04:46

0.078Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:4008/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:03

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

MYRTIL,REGINALD,J

LOPEZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:14

0.000Air Blank 05:15

0.078Control Test 05:15

0.000Air Blank 05:16

# 1Subject Sample 05:16 Subject Test Refused

0.000Breath Volume 05:16

0.000Air Blank 05:16

0.077Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:1908/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:32

Miami-Dade PD

MACHADO,O

09/05/2017

22315080A2

Miami-Dade PD

MYRTIL,REGINALD,J

MARRERO RIVERA

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:34

0.000Air Blank 05:35

0.077Control Test 05:35

0.000Air Blank 05:36

# 1 0.168Subject Sample 05:36

1.964Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.168Subject Sample 05:39

1.644Breath Volume 05:39

0.000Air Blank 05:40

0.076Control Test 05:40

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:2808/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:00

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

GRIGGS

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.078Control Test 03:24

0.000Air Blank 03:24

# 1Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.077Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:10:3008/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

16:15

OTHER Local

BORGES,SEAN

09/05/2017

22315080A2

OTHER Local

BORGES,SEAN,P

CANTERAS

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:04

0.000Air Blank 17:04

0.077Control Test 17:04

0.000Air Blank 17:05

# 1 0.324Subject Sample 17:05

2.292Breath Volume 17:05

0.000Air Blank 17:06

0.000Air Blank 17:08

# 2 0.329Subject Sample 17:08

1.589Breath Volume 17:08

0.000Air Blank 17:09

0.077Control Test 17:09

0.000Air Blank 17:10

OKDiagnostics Check 17:10

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3208/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:48

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

CABRERA

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

# 1 0.000Subject Sample 03:13

1.828Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.000Subject Sample 03:17

1.515Breath Volume 03:17

0.000Air Blank 03:17

0.078Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:2908/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:02

Miami-Dade PD

VARGAS,D

09/05/2017

22315080A2

Miami-Dade PD

VARGAS,D,

MOLA

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

# 1 0.100Subject Sample 04:50

2.839Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.100Subject Sample 04:53

3.296Breath Volume 04:53

0.000Air Blank 04:54

0.078Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:1808/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:05

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

MILLER

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:07

# 1 0.071Subject Sample 05:09

2.179Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:11

# 2 0.066Subject Sample 05:12

1.617Breath Volume 05:12

0.000Air Blank 05:13

0.077Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:0508/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:10

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

MYRTIL,REGINALD,J

ORTIZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:00

# 1 0.083Subject Sample 03:01

1.152Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.092Subject Sample 03:04

2.253Breath Volume 03:04

0.000Air Blank 03:05

0.077Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0108/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:12

Miami-Dade PD

CLOSIUS,R

09/05/2017

22315080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

PADRINO

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.078Control Test 23:42

0.000Air Blank 23:42

# 1 0.000Subject Sample 23:43

1.535Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.000Subject Sample 23:46

1.242Breath Volume 23:46

0.000Air Blank 23:47

0.077Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:48

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4008/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:25

OTHER Local

VALENCIA,KEVIN

09/05/2017

22315080A2

OTHER Local

VALENCIA,KEVIN,A

RIVAS RODRIGUEZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:57

# 1Subject Sample 01:00 Subject Test Refused

0.000Breath Volume 01:00

0.000Air Blank 01:00

0.077Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3708/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:50

Miami-Dade PD

PACHECO,GEORGE

09/05/2017

22315080A2

Miami-Dade PD

PACHECO,GEORGE,

GUTIERREZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.078Control Test 01:49

0.000Air Blank 01:49

# 1 0.091Subject Sample 01:50

2.265Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.092Subject Sample 01:53

2.425Breath Volume 01:53

0.000Air Blank 01:53

0.077Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0508/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

01:52

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

PACHECO,G,

RIVAS PEREZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

# 1 0.160Subject Sample 03:05

3.179Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.156Subject Sample 03:08

2.863Breath Volume 03:08

0.000Air Blank 03:09

0.078Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:10

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3308/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:00

Miami-Dade PD

VARGAS,D

09/05/2017

22315080A2

Miami-Dade PD

VARGAS,D,

EYZAGUIRRE

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.078Control Test 03:54

0.000Air Blank 03:54

# 1 0.082Subject Sample 03:55

1.179Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.078Subject Sample 03:58

1.386Breath Volume 03:58

0.000Air Blank 03:59

0.077Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:2408/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:35

Miami-Dade PD

CLOSIUS,RICHARD

09/05/2017

22315080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

JENNINGS

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.079Control Test 01:39

0.000Air Blank 01:39

# 1 0.000Subject Sample 01:40

3.222Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.000Subject Sample 01:43

2.226Breath Volume 01:43

0.000Air Blank 01:43

0.077Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:4508/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:33

04:18

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

FEBRES

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:56

0.000Air Blank 05:56

0.078Control Test 05:56

0.000Air Blank 05:57

# 1 0.163Subject Sample 05:58

1.242Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:00

# 2 0.152Subject Sample 06:01

1.203Breath Volume 06:01

0.000Air Blank 06:02

0.076Control Test 06:03

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:39:4208/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:54

05:54

Miami-Dade PD

PACHECO,GEORGE

09/05/2017

22315080A2

Miami-Dade PD

PACHECO,GEORGE,

TORRES LOPEZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:27

0.000Air Blank 07:28

0.078Control Test 07:28

0.000Air Blank 07:28

# 1 0.195Subject Sample 07:32 Volume Not Met

0.039Breath Volume 07:32

0.000Air Blank 07:32

0.000Air Blank 07:34

# 2 0.167Subject Sample 07:37 Volume Not Met

0.207Breath Volume 07:37

0.000Air Blank 07:38

0.074Control Test 07:39 Control Outside Tolerance

0.000Air Blank 07:39

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:53:5908/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:54

05:54

Miami-Dade PD

PACHECO,GEORGE

09/05/2017

22315080A2

Miami-Dade PD

PACHECO,GEORGE,

TORRES LOPEZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:52

0.000Air Blank 07:53

0.074Control Test 07:53 Control Outside Tolerance

0.000Air Blank 07:53

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:00:0708/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:54

05:54

Miami-Dade PD

PACHECO,GEORGE

09/05/2017

22315080A2

Miami-Dade PD

PACHECO,GEORGE,

TORRES LOPEZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:57

0.000Air Blank 07:57

0.077Control Test 07:57

0.000Air Blank 07:58

# 1Subject Sample 07:58 Subject Test Refused

0.000Breath Volume 07:58

0.000Air Blank 07:59

0.077Control Test 07:59

0.000Air Blank 08:00

OKDiagnostics Check 08:00

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3008/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:13

Miami-Dade PD

FRANCO,GREGORY

09/05/2017

22315080A2

Miami-Dade PD

FRANCO,GREGORY,R

OROZCO-LOPEZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

# 1 0.172Subject Sample 03:27

1.890Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.168Subject Sample 03:30

1.843Breath Volume 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:3308/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

23:56

Miami-Dade PD

KINSEY-SMITH,F

09/05/2017

22315080A2

Miami-Dade PD

VARGAS,D,

BATISTA

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:34

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:4208/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:04

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

MYRTIL,REGINALD,J

SOLOMON JR

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:13

# 1 0.065Subject Sample 03:14

1.273Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.064Subject Sample 03:18

1.429Breath Volume 03:18

0.000Air Blank 03:18

0.077Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:2908/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:35

Miami-Dade PD

VARGAS,D

09/05/2017

22315080A2

Miami-Dade PD

VARGAS,D,

LAINEZ OSORIO

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.078Control Test 04:39

0.000Air Blank 04:40

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:42

0.077Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:5408/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

06:15

Miami-Dade PD

VARGAS,D

09/05/2017

22315080A2

Miami-Dade PD

VARGAS,D,

PEREZ-OROZCO

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:55

0.000Air Blank 06:55

0.079Control Test 06:56

0.000Air Blank 06:56

# 1 0.241Subject Sample 06:57

1.867Breath Volume 06:57

0.000Air Blank 06:58

0.000Air Blank 06:59

# 2 0.235Subject Sample 07:00

2.015Breath Volume 07:00

0.000Air Blank 07:00

0.078Control Test 07:01

0.000Air Blank 07:01

OKDiagnostics Check 07:01

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1508/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:01

Miami-Dade PD

PACHECO,GEORGE

09/05/2017

22315080A2

Miami-Dade PD

PACHECO,GEORGE,

GARCIA NAPOLES

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

# 1Subject Sample 03:03 Subject Test Refused

0.000Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:3808/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:50

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2017

22315080A2

Miami-Dade PD

PACHECO,GEORGE,

TORRES

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:04

# 1 0.235Subject Sample 04:05

2.003Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.238Subject Sample 04:08

1.750Breath Volume 04:08

0.000Air Blank 04:08

0.078Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5108/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:21

Miami-Dade PD

FRANCO,GREGORY

09/05/2017

22315080A2

Miami-Dade PD

FRANCO,GREGORY,R

PINEDA-BRAVO

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.078Control Test 04:15

0.000Air Blank 04:15

# 1 0.152Subject Sample 04:17

1.335Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:19

# 2 0.172Subject Sample 04:20

3.414Breath Volume 04:20

0.000Air Blank 04:20

0.077Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:3208/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:35

Miami-Dade PD

HINOJOSA,D

09/05/2017

22315080A2

Miami-Dade PD

VARGAS,D,

LOPEZ

08/03/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.078Control Test 04:29

0.000Air Blank 04:29

# 1 0.240Subject Sample 04:30

1.660Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.260Subject Sample 04:33

1.367Breath Volume 04:33

0.000Air Blank 04:34

0.077Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 09/06/2016 12:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2108/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:14

Miami-Dade PD

VARGAS,D

09/05/2017

22315080A2

Miami-Dade PD

VARGAS,D,

GONZALEZ

07/21/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:50

# 1 0.183Subject Sample 02:51

3.710Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.186Subject Sample 02:54

3.628Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 08/18/2016 10:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:1108/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

04:11

Miami-Dade PD

BIANCHI,MARIO

09/05/2017

22315080A2

Miami-Dade PD

BIANCHI,MARIO,D

ROBERTS

08/18/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.081Control Test 04:39

0.000Air Blank 04:39

# 1 0.142Subject Sample 04:42

2.054Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.141Subject Sample 04:45

1.769Breath Volume 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 09/05/2016 11:58

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:1408/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:15

14:29

Miami-Dade PD

SANCHEZ,ALBERT

09/05/2017

22315080A2

Miami-Dade PD

KOIVU,DAVID,J

FERRER

07/21/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:35

0.000Air Blank 15:35

0.079Control Test 15:36

0.000Air Blank 15:36

# 1 0.231Subject Sample 15:36

1.898Breath Volume 15:36

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2 0.220Subject Sample 15:39

1.589Breath Volume 15:39

0.000Air Blank 15:40

0.079Control Test 15:40

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 08/18/2016 10:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:5808/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:25

Miami-Dade PD

PEREZ,EDWIN

09/05/2017

22315080A2

Miami-Dade PD

PEREZ,EDWIN,M

LEQUERICA

08/18/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

# 1Subject Sample 04:54 Subject Test Refused

0.000Breath Volume 04:54

0.000Air Blank 04:55

0.078Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 09/05/2016 12:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:5908/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:37

Miami-Dade PD

REEVE,YAARA

09/05/2017

22315080A2

Miami-Dade PD

REEVE,YAARA,

CUELI

08/18/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

# 1 0.110Subject Sample 00:32

1.476Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.111Subject Sample 00:35

1.273Breath Volume 00:35

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 09/05/2016 12:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:4908/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

20:56

North Miami Beach PD

AZEVEDO,MIKE

06/22/2018

1878845

North Miami Beach PD

AZEVEDO,MIKE,C

SAVCHUK

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

# 1 0.144Subject Sample 22:09

1.433Breath Volume 22:09

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.144Subject Sample 22:12

1.265Breath Volume 22:12

0.000Air Blank 22:12

0.080Control Test 22:13

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:2908/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:10

Aventura PD

MOOD,N

06/22/2018

1878845

North Miami Beach PD

ALVAREZ,BELINDA,R

TRITSCH

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:38

# 1 0.165Subject Sample 01:39

3.625Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.163Subject Sample 01:42

3.031Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:1608/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:54

North Miami Beach PD

MAYA,JOSE

06/22/2018

1878845

North Miami Beach PD

MAYA,JOSE,

AMRAN BENGUIGUI

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

# 1 0.181Subject Sample 00:27 Volume Not Met

1.078Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.149Subject Sample 00:33 Volume Not Met

0.335Breath Volume 00:33

0.000Air Blank 00:34

0.075Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:4308/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:54

North Miami Beach PD

MAYA,JOSE

06/22/2018

1878845

North Miami Beach PD

MAYA,JOSE,

AMRAN BENGUIGUI

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.077Control Test 00:38

0.000Air Blank 00:38

# 1 0.190Subject Sample 00:39

1.652Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.187Subject Sample 00:42

1.441Breath Volume 00:42

0.000Air Blank 00:42

0.077Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:0008/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:57

North Miami Beach PD

AZEVEDO,MIKE

06/22/2018

1878845

North Miami Beach PD

AZEVEDO,MIKE,C

TARYGUIN

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:26

# 1 0.159Subject Sample 21:27

1.488Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:29

# 2 0.170Subject Sample 21:30

1.578Breath Volume 21:30

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:32

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1708/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:29

North Miami Beach PD

MAYA,JOSE

06/22/2018

1878845

North Miami Beach PD

MAYA,JOSE,

FELIZ

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.079Control Test 01:56

0.000Air Blank 01:56

# 1Subject Sample 01:56 Subject Test Refused

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:0408/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

18:17

North Miami Beach PD

AZEVEDO,M

06/22/2018

1878845

North Miami Beach PD

SIMMONS,ZOILA,M

VIL

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:40

0.079Control Test 18:41

0.000Air Blank 18:41

# 1 0.048Subject Sample 18:44

1.445Breath Volume 18:44

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.047Subject Sample 18:48

1.718Breath Volume 18:48

0.000Air Blank 18:49

0.077Control Test 18:49

0.000Air Blank 18:49

OKDiagnostics Check 18:50

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:1208/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

23:08

North Miami Beach PD

ALADIN,KENDRICK

06/22/2018

1878845

North Miami Beach PD

WINCHESTER,AARON,A

MELENDEZ

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

# 1Subject Sample 23:41 Subject Test Refused

0.000Breath Volume 23:41

0.000Air Blank 23:42

0.078Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:3708/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:48

North Miami Beach PD

AZEVEDO,MIKE

06/22/2018

1878845

North Miami Beach PD

AZEVEDO,MIKE,C

ETIENNE

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:16

# 1 0.105Subject Sample 21:18

1.527Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.101Subject Sample 21:22

1.406Breath Volume 21:22

0.000Air Blank 21:22

0.078Control Test 21:23

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:5408/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:47

North Miami Beach PD

ALADIN,KENDRICK

09/05/2017

19615080A2

North Miami Beach PD

WINCHESTER,AARON,A

CAM

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:35

0.000Air Blank 16:35

0.079Control Test 16:36

0.000Air Blank 16:36

# 1 0.060Subject Sample 16:38

1.558Breath Volume 16:38

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.057Subject Sample 16:42

1.234Breath Volume 16:42

0.000Air Blank 16:42

0.079Control Test 16:43

0.000Air Blank 16:43

OKDiagnostics Check 16:43

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:5408/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:17

North Miami Beach PD

MAYA,JOSE

09/05/2017

19615080A2

North Miami Beach PD

AJO,MICHAEL,D

PEREZ

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 08/31/2016 01:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:17:4908/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:45

07:42

North Miami Beach PD

AJO,MICHAEL

09/05/2017

19615080A2

North Miami Beach PD

AJO,MICHAEL,D

GARCES

07/28/2016

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:05

0.000Air Blank 08:06

0.080Control Test 08:06

0.000Air Blank 08:07

# 1 0.154Subject Sample 08:10 Volume Not Met

0.230Breath Volume 08:10

0.000Air Blank 08:11

0.000Air Blank 08:12

# 2 0.126Subject Sample 08:15 Volume Not Met

0.015Breath Volume 08:15

0.000Air Blank 08:16

0.076Control Test 08:17

0.000Air Blank 08:17

OKDiagnostics Check 08:17

Data Download Date/Time: 08/31/2016 01:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:0108/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:58

22:58

FFWCC (Panama City)

MOLNAR,JARROD

11/05/2016

28214080A1

FFWCC (Panama City)

MOLNAR,JARROD,T

HORBAY

07/28/2016

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.079Control Test 00:11

0.000Air Blank 00:12

# 1Subject Sample 00:12 Subject Test Refused

0.000Breath Volume 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:14

Data Download Date/Time: 08/23/2016 17:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000900CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:1408/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:18

19:18

FFWCC (Lake City)

SCHULZ,PAUL

09/05/2017

19615080A4

FFWCC (Lake City)

JOHNSTON,ROBERT,B

WILDE

07/27/2016

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:47

Air Blank 19:48 RFI Detect

Air Blank 19:48 RFI Detect

Data Download Date/Time: 08/26/2016 14:17

06 June 2018

COBRA ©1997-2014 CMI, Inc.



80-000900CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:4008/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:18

19:18

FFWCC (Lake City)

SCHULZ,PAUL

09/05/2017

19615080A4

FFWCC (Lake City)

JOHNSTON,ROBERT,B

WILDE

07/27/2016

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

Air Blank 19:50 RFI Detect

Air Blank 19:50 RFI Detect

Data Download Date/Time: 08/26/2016 14:17

06 June 2018

COBRA ©1997-2014 CMI, Inc.



80-000900CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:1008/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:18

19:18

FFWCC (Lake City)

SCHULZ,PAUL

09/05/2017

19615080A4

FFWCC (Lake City)

JOHNSTON,ROBERT,B

WILDE

07/27/2016

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:52

0.000Air Blank 19:52

0.078Control Test 19:53

0.000Air Blank 19:53

# 1 0.046Subject Sample 19:53

2.097Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:56

# 2 0.041Subject Sample 19:56

2.605Breath Volume 19:56

0.000Air Blank 19:57

0.078Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 08/26/2016 14:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:2108/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:15

Sanibel PD

SHERWOOD,JOHN

12/05/2016

32114080A2

Sanibel PD

SHERWOOD,JOHN,M

SIMONS

07/27/2016

8100.27

SANIBEL ISLAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

# 1 0.060Subject Sample 03:56

2.156Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.059Subject Sample 03:59

3.234Breath Volume 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 08/29/2016 01:35

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:1208/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:26

Lee County SO

DUNCAN,N

10/15/2017

24515080A3

Lee County SO

DUNCAN,N,

YAMBO

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.079Control Test 00:12

0.000Air Blank 00:13

# 1Subject Sample 00:13 Subject Test Refused

0.000Breath Volume 00:13

0.000Air Blank 00:14

0.078Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0808/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:14

Lee County SO

SCHAEFER,K

10/15/2017

24515080A3

Fort Myers PD

DUNCAN,N,

TAPIA

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

# 1 0.209Subject Sample 01:01

1.953Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.211Subject Sample 01:04

2.285Breath Volume 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:54:2108/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:24

15:22

Lee County SO

BAPTISTE,JEAN

10/15/2017

24515080A3

Fort Myers PD

VANPELT,JAMES,J

STUMP

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:48

0.000Air Blank 16:48

0.078Control Test 16:49

0.000Air Blank 16:49

# 1 0.000Subject Sample 16:49

3.921Breath Volume 16:49

0.000Air Blank 16:50

0.000Air Blank 16:52

# 2 0.000Subject Sample 16:52

4.468Breath Volume 16:52

0.000Air Blank 16:53

0.079Control Test 16:53

0.000Air Blank 16:54

OKDiagnostics Check 16:54

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:42:1608/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:07

06:11

Lee County SO

BASTEDO,J

10/15/2017

24515080A3

Lee County SO

KENNEDY,LISA,M

NAPOLEON

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:35

0.000Air Blank 07:35

0.079Control Test 07:35

0.000Air Blank 07:36

# 1 0.140Subject Sample 07:37

1.363Breath Volume 07:37

0.000Air Blank 07:38

0.000Air Blank 07:40

# 2 0.147Subject Sample 07:40

2.152Breath Volume 07:40

0.000Air Blank 07:41

0.079Control Test 07:41

0.000Air Blank 07:42

OKDiagnostics Check 07:42

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:5008/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:42

FHP Troop F

DAUGHERTY,KENYATTA

10/15/2017

24515080A3

FHP Troop F

DAUGHERTY,KENYATTA,O

HERNANDEZ

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.078Control Test 22:14

0.000Air Blank 22:14

# 1 0.165Subject Sample 22:15

2.425Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.170Subject Sample 22:19

1.882Breath Volume 22:19

0.000Air Blank 22:19

0.077Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:5308/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:06

Fort Myers PD

KOCH,MYLES

10/15/2017

24515080A3

Fort Myers PD

MALDONADO,RYAN,A

MASON

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.079Control Test 23:54

0.000Air Blank 23:55

# 1Subject Sample 23:55 Subject Test Refused

0.000Breath Volume 23:55

0.000Air Blank 23:55

0.079Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:05:4708/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:02

12:00

Lee County SO

MCDERMED,G

10/15/2017

24515080A3

Lee County SO

VILLA,ADRIANA,M

MARTINI

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:59

0.000Air Blank 14:00

0.080Control Test 14:00

0.000Air Blank 14:01

# 1 0.000Subject Sample 14:01

2.472Breath Volume 14:01

0.000Air Blank 14:02

0.000Air Blank 14:04

# 2 0.000Subject Sample 14:04

2.625Breath Volume 14:04

0.000Air Blank 14:04

0.079Control Test 14:05

0.000Air Blank 14:05

OKDiagnostics Check 14:05

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:3708/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:00

Lee County SO

GOULD,LEONARD

10/15/2017

24515080A3

Lee County SO

GOULD,LEONARD,

BILLS

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:52

# 1 0.162Subject Sample 19:53

1.722Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:55

# 2 0.157Subject Sample 19:57

1.816Breath Volume 19:57

0.000Air Blank 19:58

0.078Control Test 19:58

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:2808/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:15

Fort Myers PD

GONCALVES,GUSTAVO

10/15/2017

24515080A3

Fort Myers PD

GONCALVES,GUSTAVO,R

BROOKS

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:10

0.079Control Test 22:10

0.000Air Blank 22:11

# 1 0.158Subject Sample 22:14 Volume Not Met

0.277Breath Volume 22:14

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.152Subject Sample 22:19 Volume Not Met

0.796Breath Volume 22:19

0.000Air Blank 22:20

0.078Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:3008/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:15

Fort Myers PD

GONCALVES,GUSTAVO

10/15/2017

24515080A3

Fort Myers PD

GONCALVES,GUSTAVO,R

BROOKS

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.076Control Test 22:23

0.000Air Blank 22:24

# 1Subject Sample 22:26 Subject Test Refused

0.242Breath Volume 22:26

0.000Air Blank 22:27

0.077Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0108/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:10

Lee County SO

MAYS,BRANDON

10/15/2017

24515080A3

Lee County SO

MAYS,BRANDON,M

NETHAWAY

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.080Control Test 03:04

0.000Air Blank 03:04

# 1 0.255Subject Sample 03:05

2.039Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.255Subject Sample 03:08

2.101Breath Volume 03:08

0.000Air Blank 03:09

0.077Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:10

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2808/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:30

Lee County SO

GOULD,LEONARD

10/15/2017

24515080A3

Lee County SO

GOULD,LEONARD,

WHOBREY

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.078Control Test 03:14

0.000Air Blank 03:14

# 1Subject Sample 03:15 Sequence Aborted

0.000Breath Volume 03:15

0.000Air Blank 03:15

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:5508/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:30

Lee County SO

GOULD,LEONARD

10/15/2017

24515080A3

Lee County SO

GOULD,LEONARD,

WHOBREY

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.078Control Test 03:49

0.000Air Blank 03:49

# 1 0.162Subject Sample 03:50

1.453Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.149Subject Sample 03:55

1.742Breath Volume 03:55

Air Blank 03:56 Purge Fail

0.000Air Blank 03:56

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:3608/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:30

Lee County SO

GOULD,LEONARD

10/15/2017

24515080A3

Lee County SO

GOULD,LEONARD,

WHOBREY

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.076Control Test 03:59

0.000Air Blank 03:59

# 1 0.145Subject Sample 04:01

2.058Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:03

# 2 0.144Subject Sample 04:05

2.066Breath Volume 04:05

0.000Air Blank 04:05

0.076Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0808/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:10

Fort Myers PD

GONCALVES,GUSTAVO

10/15/2017

24515080A3

Fort Myers PD

GONCALVES,GUSTAVO,R

URQUHART

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.077Control Test 04:17

0.000Air Blank 04:18

# 1 0.082Subject Sample 04:18

2.234Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.081Subject Sample 04:21

2.144Breath Volume 04:21

0.000Air Blank 04:22

0.077Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:1108/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:41

Fort Myers PD

DEROW,C

10/15/2017

24515080A3

Lee County SO

GONCALVES,GUSTAVO,R

OVERTON

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.077Control Test 04:51

0.000Air Blank 04:52

# 1 0.152Subject Sample 04:53

1.785Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.156Subject Sample 04:56

2.007Breath Volume 04:56

0.000Air Blank 04:57

0.078Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:1508/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:54

Fort Myers PD

JAKUBOWSKI,JOHN

10/15/2017

24515080A3

Sanibel PD

GONCALVES,GUSTAVO,R

O'DELL

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.078Control Test 05:02

0.000Air Blank 05:03

# 1 0.000Subject Sample 05:03

1.285Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.000Subject Sample 05:06

1.382Breath Volume 05:06

0.000Air Blank 05:07

0.078Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:2408/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:17

Lee County SO

NAYLOR,MAURICE

10/15/2017

24515080A3

Lee County SO

NAYLOR,MAURICE,E

JOHNSON

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.079Control Test 22:18

0.000Air Blank 22:18

# 1 0.133Subject Sample 22:18

2.039Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.138Subject Sample 22:21

2.316Breath Volume 22:21

0.000Air Blank 22:22

0.079Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:34:0308/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:56

12:24

Fort Myers PD

NERONI,KRISTI

05/05/2018

09216080A2

Fort Myers PD

NERONI,KRISTI,A

GEARHART

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:26

0.000Air Blank 13:27

0.080Control Test 13:27

0.000Air Blank 13:27

# 1 0.102Subject Sample 13:29

2.617Breath Volume 13:29

0.000Air Blank 13:29

0.000Air Blank 13:31

# 2 0.104Subject Sample 13:32

1.753Breath Volume 13:32

0.000Air Blank 13:33

0.079Control Test 13:33

0.000Air Blank 13:33

OKDiagnostics Check 13:34

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:47:3008/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:28

Lee County SO

DUNCAN,N

05/05/2018

09216080A2

Lee County SO

DUNCAN,N,

CHALUE

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.080Control Test 18:41

0.000Air Blank 18:42

# 1 0.114Subject Sample 18:42

1.558Breath Volume 18:42

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.115Subject Sample 18:45

1.613Breath Volume 18:45

0.000Air Blank 18:46

0.080Control Test 18:46

0.000Air Blank 18:47

OKDiagnostics Check 18:47

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:10:3508/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:34

15:04

Lee County SO

BOVILL,R

05/05/2018

09216080A2

Lee County SO

KENNEDY,LISA,M

CONNOR

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:00

0.000Air Blank 16:00

0.080Control Test 16:01

0.000Air Blank 16:01

# 1 0.084Subject Sample 16:04 Volume Not Met

0.035Breath Volume 16:04

0.000Air Blank 16:05

0.000Air Blank 16:07

# 2Subject Sample 16:09 Subject Test Refused

0.171Breath Volume 16:09

0.000Air Blank 16:09

0.079Control Test 16:09

0.000Air Blank 16:10

OKDiagnostics Check 16:10

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:3608/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:05

Lee County SO

SCHAEFER,K

05/05/2018

09216080A2

Fort Myers PD

DUNCAN,N,

GUERRERO

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:56

# 1 0.135Subject Sample 02:57

1.265Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.150Subject Sample 03:00

1.332Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:1508/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:02

Lee County SO

GOULD,LEONARD

05/05/2018

09216080A2

Lee County SO

GOULD,LEONARD,

HINMAN

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:45

0.079Control Test 19:46

0.000Air Blank 19:46

# 1 0.073Subject Sample 19:46

2.843Breath Volume 19:46

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.071Subject Sample 19:49

3.214Breath Volume 19:49

0.000Air Blank 19:50

0.079Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:3208/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:13

Lee Port Authority

GIAQUINTO,KRISTIN

05/05/2018

09216080A2

Lee Port Authority

GIAQUINTO,KRISTIN,

GERGES

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

# 1 0.157Subject Sample 02:38

3.332Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.143Subject Sample 02:41

3.171Breath Volume 02:41

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5508/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:42

Lee County SO

SMITH,JOSIAH

05/05/2018

09216080A2

Lee County SO

SMITH,JOSIAH,R

HARVEY

07/06/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.079Control Test 02:45

0.000Air Blank 02:45

# 1 0.144Subject Sample 02:46

1.656Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.141Subject Sample 02:51

1.402Breath Volume 02:51

0.000Air Blank 02:51

0.079Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 08/12/2016 14:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:1308/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

16:15

Lee County SO

HALL,CHRISTINE

05/05/2018

09216080A2

Lee County SO

HALL,CHRISTINE,K

TARVIN

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:05

0.000Air Blank 19:06

0.078Control Test 19:06

0.000Air Blank 19:07

# 1 0.000Subject Sample 19:07

1.375Breath Volume 19:07

0.000Air Blank 19:08

0.000Air Blank 19:10

# 2 0.000Subject Sample 19:10

1.582Breath Volume 19:10

0.000Air Blank 19:11

0.080Control Test 19:11

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0208/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:08

Lee County SO

MCBRIDE,T

05/05/2018

09216080A2

Lee County SO

ROMAN,ANTHONY,C

HINOJOSA-ROSADO

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.079Control Test 22:15

0.000Air Blank 22:15

# 1 0.158Subject Sample 22:17

2.492Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:19

# 2 0.147Subject Sample 22:20

1.988Breath Volume 22:20

0.000Air Blank 22:21

0.078Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:22

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:4908/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

17:39

Lee County SO

WOODBY,MATT

05/05/2018

09216080A2

Lee County SO

GALLAGHER,RAYMOND,P

THOMPSON

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.080Control Test 20:53

0.000Air Blank 20:53

# 1 0.239Subject Sample 20:54

2.929Breath Volume 20:54

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.230Subject Sample 20:57

2.121Breath Volume 20:57

0.000Air Blank 20:57

0.079Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:5408/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:17

Lee County SO

KITTLESON,M

05/05/2018

09216080A2

FL Gulf Coast UPD

ROMAN,ANTHONY,C

JONES

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:29

# 1 0.120Subject Sample 03:30

2.097Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.119Subject Sample 03:33

2.183Breath Volume 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:4608/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:26

Lee County SO

ALGER,MICHAEL

05/05/2018

09216080A2

Lee County SO

ALGER,MICHAEL,C

VERBANAC

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:45

# 1 0.078Subject Sample 21:45

2.109Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.080Subject Sample 21:50

3.640Breath Volume 21:50

0.000Air Blank 21:50

0.079Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4808/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:32

Lee County SO

KITTLESON,SEAN

05/05/2018

09216080A2

FL Gulf Coast UPD

AVENDANO,JUAN,M

ARNETT

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

# 1 0.108Subject Sample 02:35

1.765Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.098Subject Sample 02:38

1.222Breath Volume 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:1808/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:37

Lee County SO

DUNN,C

05/05/2018

09216080A2

Lee County SO

DUNCAN,N,

YEOMANS

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.079Control Test 19:42

0.000Air Blank 19:43

# 1 0.260Subject Sample 19:43

1.687Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.267Subject Sample 19:46

1.281Breath Volume 19:46

0.000Air Blank 19:47

0.079Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:0708/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:12

Lee County SO

PERRY,MIKE

05/05/2018

09216080A2

Fort Myers PD

GALLAGHER,RAYMOND,P

ALMENDARES

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.207Subject Sample 03:24 Volume Not Met

0.945Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:26

# 2 0.193Subject Sample 03:28

1.941Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 3 0.188Subject Sample 03:32

1.738Breath Volume 03:32

0.000Air Blank 03:33

0.077Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0208/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:18

Lee County SO

ALGER,MICHAEL

05/05/2018

09216080A2

Lee County SO

ALGER,MICHAEL,C

DASH

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

# 1 0.134Subject Sample 01:23

2.933Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:25

# 2 0.134Subject Sample 01:26

2.882Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:08:2608/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:28

13:34

Lee County SO

TORRES,ROBERTO

05/05/2018

09216080A2

Lee County SO

BURLEY,JUSTIN,L

ABBAJAY

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:02

0.000Air Blank 16:02

0.080Control Test 16:02

0.000Air Blank 16:03

# 1 0.000Subject Sample 16:04

1.144Breath Volume 16:04

0.000Air Blank 16:04

0.000Air Blank 16:06

# 2 0.000Subject Sample 16:07

1.617Breath Volume 16:07

0.000Air Blank 16:07

0.080Control Test 16:07

0.000Air Blank 16:08

OKDiagnostics Check 16:08

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:5508/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:12

Lee County SO

BRACE,N

05/05/2018

09216080A2

Lee County SO

ROMAN,ANTHONY,C

WALKER

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:35

# 1Subject Sample 22:35 Subject Test Refused

0.000Breath Volume 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2908/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:18

Lee County SO

GALLAGHER,RAYMOND

05/05/2018

09216080A2

Lee County SO

GALLAGHER,RAYMOND,P

SAUNDERS

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:11

# 1 0.118Subject Sample 02:12

2.027Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.110Subject Sample 02:15

1.675Breath Volume 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:0908/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:37

Lee County SO

ALGER,MICHAEL

05/05/2018

09216080A2

Lee County SO

ALGER,MICHAEL,C

DEPEPPO

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.080Control Test 21:46

0.000Air Blank 21:47

# 1 0.070Subject Sample 21:48

3.078Breath Volume 21:48

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.067Subject Sample 21:51

2.109Breath Volume 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:1208/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:35

Fort Myers PD

CATES,CURTIS

05/05/2018

09216080A2

Fort Myers PD

CATES,CURTIS,A

BABB

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

# 1 0.193Subject Sample 00:21

4.058Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:23

# 2 0.183Subject Sample 00:24

3.500Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1708/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:51

Lee County SO

GOULD,LEONARD

05/05/2018

09216080A2

Lee County SO

GOULD,LEONARD,

PEREZ

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.079Control Test 22:01

0.000Air Blank 22:01

# 1 0.072Subject Sample 22:02

2.589Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.072Subject Sample 22:05

3.136Breath Volume 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:11:4408/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:28

05:26

FHP Troop F

RONGISH,JEFF

05/05/2018

09216080A2

FHP Troop F

SMYRNIOS,MANUEL,J

CHANDLER

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:04

0.000Air Blank 07:05

0.079Control Test 07:05

0.000Air Blank 07:06

# 1 0.210Subject Sample 07:06

3.738Breath Volume 07:06

0.000Air Blank 07:07

0.000Air Blank 07:09

# 2 0.197Subject Sample 07:09

2.773Breath Volume 07:09

0.000Air Blank 07:10

0.077Control Test 07:11

0.000Air Blank 07:11

OKDiagnostics Check 07:11

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:5708/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

18:20

Lee County SO

GALLAGHER,RAYMOND

05/05/2018

09216080A2

Lee County SO

GALLAGHER,RAYMOND,P

NOROWSKI

08/12/2016

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.080Control Test 20:06

0.000Air Blank 20:06

# 1 0.198Subject Sample 20:08

1.402Breath Volume 20:08

0.000Air Blank 20:08

0.000Air Blank 20:10

# 2 0.208Subject Sample 20:11

1.164Breath Volume 20:11

0.000Air Blank 20:12

0.079Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 09/16/2016 10:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:0408/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:37

Collier County SO

BERNAGENE,FRITZLER

09/05/2017

19625080A4

Collier County SO

CAMPBELL,MITCHELL,B

NUNEZ

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.080Control Test 00:57

0.000Air Blank 00:57

# 1 0.209Subject Sample 00:59

2.269Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:01

# 2 0.211Subject Sample 01:02

1.699Breath Volume 01:02

0.000Air Blank 01:03

0.078Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:04

Data Download Date/Time: 08/09/2016 13:14

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:1508/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

11:54

Collier County SO

CERCONE,J

05/05/2017

11315080A1

Naples PD

KITTS,R,

LOWTHROP

07/11/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:32

0.000Air Blank 15:33

0.078Control Test 15:33

0.000Air Blank 15:34

# 1 0.000Subject Sample 15:37 Volume Not Met

1.046Breath Volume 15:37

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2 0.000Subject Sample 15:42 Volume Not Met

0.789Breath Volume 15:42

0.000Air Blank 15:43

0.079Control Test 15:43

0.000Air Blank 15:44

OKDiagnostics Check 15:44

Data Download Date/Time: 08/02/2016 13:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:51:5608/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

11:54

Collier County SO

CERCONE,J

05/05/2017

11315080A1

Naples PD

KITTS,R,

LOWTHROP

07/11/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:46

0.000Air Blank 15:47

0.079Control Test 15:47

0.000Air Blank 15:47

# 1Subject Sample 15:50 Subject Test Refused

0.292Breath Volume 15:50

0.000Air Blank 15:51

0.078Control Test 15:51

0.000Air Blank 15:51

OKDiagnostics Check 15:51

Data Download Date/Time: 08/02/2016 13:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:31:3508/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

11:54

Collier County SO

CERCONE,J

05/05/2017

11315080A1

Naples PD

KITTS,R,

LOWTHROP

07/11/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:20

0.000Air Blank 16:20

0.079Control Test 16:20

0.000Air Blank 16:21

# 1 0.000Subject Sample 16:24 Volume Not Met

0.785Breath Volume 16:24

0.000Air Blank 16:25

0.000Air Blank 16:27

# 2 0.000Subject Sample 16:30 Volume Not Met

0.933Breath Volume 16:30

0.000Air Blank 16:30

0.079Control Test 16:30

0.000Air Blank 16:31

OKDiagnostics Check 16:31

Data Download Date/Time: 08/02/2016 13:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:4708/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:40

FHP Troop F

ELMORE,D

05/05/2017

11315080A1

FHP Troop F

ELMORE,D,A

DZEMUKH

07/11/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.078Control Test 22:50

0.000Air Blank 22:51

# 1 0.266Subject Sample 22:52

2.488Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.274Subject Sample 22:55

2.101Breath Volume 22:55

0.000Air Blank 22:55

0.077Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 08/02/2016 13:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:1308/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:00

Collier County SO

TABARES,N

05/05/2017

11315080A1

Collier County SO

MENDOZA,URIEL,

MELERA

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.078Control Test 23:02

0.000Air Blank 23:03

# 1 0.212Subject Sample 23:03

1.656Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.211Subject Sample 23:06

1.542Breath Volume 23:06

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 08/04/2016 15:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1508/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:30

Collier County SO

COMBS,S.

05/05/2017

11315080A1

Collier County SO

COMBS,SEAN,F

BRANSTRATOR

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1 0.042Subject Sample 02:02

4.378Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.041Subject Sample 02:05

4.140Breath Volume 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 08/04/2016 15:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:2008/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

00:34

Collier County SO

CORNELIUS,TIM

05/05/2017

11315080A1

Collier County SO

CORNELIUS,TIM,

ZUBIC

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

# 1 0.160Subject Sample 03:40

2.078Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.155Subject Sample 03:43

1.511Breath Volume 03:43

0.000Air Blank 03:44

0.078Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 08/04/2016 15:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:5308/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:15

Collier County SO

REUTHE,R

05/05/2017

11315080A1

Collier County SO

CARRILLO,XAVIER,R

ARGUELLES GONAZALEZ

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.078Control Test 19:16

0.000Air Blank 19:17

# 1 0.043Subject Sample 19:17

1.757Breath Volume 19:17

0.000Air Blank 19:18

0.000Air Blank 19:19

# 2 0.039Subject Sample 19:20

1.667Breath Volume 19:20

0.000Air Blank 19:20

0.078Control Test 19:21

0.000Air Blank 19:21

OKDiagnostics Check 19:21

Data Download Date/Time: 08/04/2016 15:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:5608/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

20:53

Collier County SO

KENNEDY,DANIEL

05/05/2017

11315080A1

Collier County SO

KENNEDY,DANIEL,L

KOESHALL

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.079Control Test 22:23

0.000Air Blank 22:23

# 1 0.000Subject Sample 22:24

3.164Breath Volume 22:24

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.000Subject Sample 22:27

2.777Breath Volume 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 08/04/2016 15:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:0608/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:32

Collier County SO

KENNEDY,D

05/05/2017

11315080A1

Collier County SO

KENNEDY,DANIEL,L

BOWEN

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:41

# 1 0.177Subject Sample 01:42

2.058Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.173Subject Sample 01:45

1.460Breath Volume 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:1108/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:46

Collier County SO

DESIMONE,B

05/05/2017

11315080A1

Collier County SO

NOEL,Y,

DUCK

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:49

0.000Air Blank 19:49

0.079Control Test 19:50

0.000Air Blank 19:50

# 1 0.132Subject Sample 19:51

1.773Breath Volume 19:51

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.131Subject Sample 19:54

2.464Breath Volume 19:54

0.000Air Blank 19:55

0.078Control Test 19:55

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:5408/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:29

Collier County SO

BUTTLER,DAVID

05/05/2017

11315080A1

Collier County SO

MILLER,KEVIN,J

MAZZA

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:36

# 1 0.007Subject Sample 19:37

1.765Breath Volume 19:37

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.000Subject Sample 19:40

3.648Breath Volume 19:40

0.000Air Blank 19:40

0.079Control Test 19:41

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:5008/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:32

Collier County SO

CORNELIUS,TIM

05/05/2017

11315080A1

Collier County SO

CORNELIUS,TIM,

KALTEN

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

# 1 0.128Subject Sample 01:38

1.199Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.117Subject Sample 01:42

1.601Breath Volume 01:42

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:5008/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:15

Collier County SO

DRISCOLL,JAMES

05/05/2017

11315080A1

Collier County SO

DRISCOLL,JAMES,P

DEADY

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:07

# 1 0.171Subject Sample 00:08

2.906Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:10

# 2 0.151Subject Sample 00:11

3.148Breath Volume 00:11

0.000Air Blank 00:11

0.074Control Test 00:12 Control Outside Tolerance

0.000Air Blank 00:12

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:5708/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:15

Collier County SO

DRISCOLL,JAMES

05/05/2017

11315080A1

Collier County SO

DRISCOLL,JAMES,P

DEADY

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.075Control Test 00:28

0.000Air Blank 00:29

# 1Subject Sample 00:30 Subject Test Refused

0.027Breath Volume 00:30

0.000Air Blank 00:31

0.076Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:36:0008/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:08

11:28

Naples PD

HARP,RYAN

05/05/2017

11315080A1

Naples PD

HARP,RYAN,M

STEWART

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:29

0.000Air Blank 12:29

0.079Control Test 12:30

0.000Air Blank 12:30

# 1 0.000Subject Sample 12:31

3.183Breath Volume 12:31

0.000Air Blank 12:31

0.000Air Blank 12:33

# 2 0.000Subject Sample 12:34

2.925Breath Volume 12:34

0.000Air Blank 12:35

0.078Control Test 12:35

0.000Air Blank 12:35

OKDiagnostics Check 12:36

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:4608/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:45

Collier County SO

COMBS,S.

05/05/2017

11315080A1

Collier County SO

COMBS,SEAN,F

ARSI

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:50

# 1Subject Sample 01:52 Subject Test Refused

0.015Breath Volume 01:52

0.000Air Blank 01:52

0.079Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:3008/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

03:45

FHP Troop F

CASTILLA,DANIEL

05/05/2017

11315080A1

FHP Troop F

NATSON,ANDRAE,M

BEASLEY

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:12

0.078Control Test 05:12

0.000Air Blank 05:13

# 1 0.155Subject Sample 05:13

2.207Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.156Subject Sample 05:16

2.125Breath Volume 05:16

0.000Air Blank 05:17

0.079Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:2008/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

11:15

FFWCC (West Palm)

WHITE,REID

05/05/2017

11315080A1

FFWCC (West Palm)

WHITE,REID,B

ABEL

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.079Control Test 00:48

0.000Air Blank 00:48

# 1 0.138Subject Sample 00:49

2.148Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.139Subject Sample 00:52

1.984Breath Volume 00:52

0.000Air Blank 00:53

0.078Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1808/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:23

Collier County SO

GROENDYK,R

05/05/2017

CYL038

Collier County SO

ANNORAT,ADELY,

HORNE

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.078Control Test 02:23

0.000Air Blank 02:24

# 1 0.148Subject Sample 02:24

2.750Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.136Subject Sample 02:27

2.296Breath Volume 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:1908/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:18

Collier County SO

CORWIN,J

05/05/2017

11315080A1

Collier County SO

ROA,ALEXANDRA,S

ANDRADE-GARCIA

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

# 1 0.224Subject Sample 23:17

1.140Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.222Subject Sample 23:20

1.890Breath Volume 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:3508/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:07

Collier County SO

MERCADO,DAVID

05/05/2017

11315080A1

Collier County SO

MERTILUS,FREDELYNE,

RAMOS

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:08

# 1 0.127Subject Sample 01:10

1.105Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.129Subject Sample 01:13

1.765Breath Volume 01:13

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5508/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:30

Collier County SO

CORWIN,J

05/05/2017

11315080A1

Collier County SO

ROA,ALEXANDRA,S

MARTINEZ-VEGA

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.078Control Test 01:41

0.000Air Blank 01:41

# 1 0.224Subject Sample 01:42

2.402Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.219Subject Sample 01:46

1.609Breath Volume 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:0608/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:47

Collier County SO

DEROSA,ANNAMARIE

05/05/2017

11315080A1

Collier County SO

DEROSA,ANNAMARIE,C

MITCHELL

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.077Control Test 01:51

0.000Air Blank 01:51

# 1 0.000Subject Sample 01:52

1.644Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.000Subject Sample 01:55

1.242Breath Volume 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:3708/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

02:55

Collier County SO

COLLINS,J

05/05/2017

11315080A1

Naples PD

PRATT,NICHOLAS,J

DORNEVIL

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

# 1 0.142Subject Sample 04:34

1.128Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:36

# 2 0.132Subject Sample 04:39

1.195Breath Volume 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:2608/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

02:36

Collier County SO

NOEL,M

05/05/2017

11315080A1

Collier County SO

ROGERS,MATTHEW,L

ARANAFUENTES

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.077Control Test 04:48

0.000Air Blank 04:49

# 1 0.187Subject Sample 04:50

2.023Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.194Subject Sample 04:52

2.187Breath Volume 04:52

0.000Air Blank 04:53

0.078Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:0408/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:15

Collier County SO

KENNEDY,DANIEL

05/05/2017

11315080A1

Collier County SO

KENNEDY,DANIEL,L

KELLEY

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:08

0.000Air Blank 19:08

0.079Control Test 19:08

0.000Air Blank 19:09

# 1 0.077Subject Sample 19:09

2.750Breath Volume 19:09

0.000Air Blank 19:10

0.000Air Blank 19:12

# 2 0.078Subject Sample 19:12

3.550Breath Volume 19:12

0.000Air Blank 19:13

0.079Control Test 19:13

0.000Air Blank 19:13

OKDiagnostics Check 19:14

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:1108/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:19

Collier County SO

CORWIN,J

05/05/2017

11315080A1

Collier County SO

HOGAN,TIFFANY,J

HERSHEY GRIFFIN

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.079Control Test 21:39

0.000Air Blank 21:40

# 1 0.055Subject Sample 21:41

1.480Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.052Subject Sample 21:44

1.281Breath Volume 21:44

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:4408/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:36

Collier County SO

KENNEDY,D

05/05/2017

11315080A1

Collier County SO

KENNEDY,DANIEL,L

RIVERA

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.079Control Test 17:59

0.000Air Blank 17:59

# 1 0.000Subject Sample 18:00

2.761Breath Volume 18:00

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.000Subject Sample 18:04

1.207Breath Volume 18:04

0.000Air Blank 18:04

0.079Control Test 18:05

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:5808/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

17:05

Collier County SO

FLEURANT,M

05/05/2017

11315080A1

FHP Troop F

SEPANSKI,JEFFREY,W

PEREZ

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:57

0.079Control Test 19:57

0.000Air Blank 19:58

# 1 0.000Subject Sample 19:58

3.433Breath Volume 19:58

0.000Air Blank 19:59

0.000Air Blank 20:01

# 2 0.000Subject Sample 20:01

3.515Breath Volume 20:01

0.000Air Blank 20:02

0.079Control Test 20:02

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3408/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:04

Collier County SO

MAHOLTZ,S

05/05/2017

11315080A1

Collier County SO

ASHLINE,CLINTON,J

BOWIE

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

# 1 0.143Subject Sample 01:49

1.210Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:51

# 2 0.136Subject Sample 01:52

1.285Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:3908/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:30

Collier County SO

CORNELIUS,TIM

05/05/2017

11315080A1

Collier County SO

CORNELIUS,TIM,

TREJO

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:19

0.000Air Blank 02:19

# 1 0.123Subject Sample 02:20

2.347Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.119Subject Sample 02:23

2.035Breath Volume 02:23

0.000Air Blank 02:23

0.078Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:1808/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:39

Collier County SO

COMBS,S

05/05/2017

11315080A1

Collier County SO

HARP,K,

TO

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:58

# 1 0.186Subject Sample 04:58

1.718Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.192Subject Sample 05:01

2.445Breath Volume 05:01

0.000Air Blank 05:02

0.078Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0508/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:23

Collier County SO

PEREZ,M

05/05/2017

11315080A1

Naples PD

CAMPOLO,JOSHUA,M

TYLER

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1 0.167Subject Sample 02:33

1.175Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.161Subject Sample 02:37

1.871Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0108/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:31

Collier County SO

COMBS,S

05/05/2017

11315080A1

Collier County SO

DECKER,DAVID,P

SMITH

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:10

# 1 0.111Subject Sample 03:11

1.367Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.106Subject Sample 03:14

1.300Breath Volume 03:14

0.000Air Blank 03:15

0.078Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:16

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:2808/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:35

Collier County SO

SMITH,L

05/05/2017

11315080A1

Marco Island PD

DECKER,STEPHEN,J

CARBONARO

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:48

# 1 0.000Subject Sample 03:49

1.625Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.000Subject Sample 03:52

1.832Breath Volume 03:52

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:0708/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:37

Collier County SO

FORTUNE,T

05/05/2017

11315080A1

Naples PD

LYONS,SHANE,J

FOLTZ

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.079Control Test 20:28

0.000Air Blank 20:29

# 1 0.093Subject Sample 20:29

1.480Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.091Subject Sample 20:32

1.796Breath Volume 20:32

0.000Air Blank 20:33

0.079Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:0708/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:46

Collier County SO

MAHOLTZ,S

05/05/2017

11315080A1

Collier County SO

GEORGE,SHANNON,N

CORRELL

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:44

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:45

# 1 0.203Subject Sample 21:47

1.390Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:49

# 2 0.201Subject Sample 21:50

1.527Breath Volume 21:50

0.000Air Blank 21:51

0.078Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:3508/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

16:39

Collier County SO

CORNELIUS,TIM

05/05/2017

11315080A1

Collier County SO

CORNELIUS,TIM,

MACIAS MUNOZ

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:56

0.000Air Blank 17:56

0.079Control Test 17:57

0.000Air Blank 17:57

# 1 0.054Subject Sample 17:58

2.445Breath Volume 17:58

0.000Air Blank 17:58

0.000Air Blank 18:00

# 2 0.051Subject Sample 18:01

1.996Breath Volume 18:01

0.000Air Blank 18:01

0.079Control Test 18:01

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:4608/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:05

Collier County SO

CRISP,D

05/05/2017

11315080A1

Collier County SO

AXELSON,B,

WELSH

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

# 1 0.111Subject Sample 02:21

1.425Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.103Subject Sample 02:24

1.566Breath Volume 02:24

0.000Air Blank 02:24

0.078Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:4108/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:43

16:00

Collier County SO

GANGL,BRADLEY

05/05/2017

11315080A1

Collier County SO

BRADLEY,KELLY,L

BOSLEY

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:03

0.000Air Blank 17:04

0.079Control Test 17:04

0.000Air Blank 17:05

# 1 0.270Subject Sample 17:06

1.648Breath Volume 17:06

0.000Air Blank 17:07

0.000Air Blank 17:09

# 2 0.267Subject Sample 17:09

2.371Breath Volume 17:09

0.000Air Blank 17:10

0.078Control Test 17:11

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3208/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:37

Collier County SO

CORNELIUS,TIM

05/05/2017

11315080A1

Collier County SO

CORNELIUS,TIM,

RUSI

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.078Control Test 00:34

0.000Air Blank 00:35

# 1 0.058Subject Sample 00:38 Volume Not Met

0.050Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:40

# 2 0.053Subject Sample 00:44 Volume Not Met

0.269Breath Volume 00:44

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4108/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:30

Collier County SO

STAFFORD,J

05/05/2017

11315080A1

Marco Island PD

BIBEY,AMANDA,L

MEJIA

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:33

# 1Subject Sample 03:34 Subject Test Refused

0.000Breath Volume 03:34

0.000Air Blank 03:34

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:5808/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:04

Collier County SO

KLEIS,K

05/05/2017

11315080A1

Collier County SO

ANNORAT,ADELY,

BROWN

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:15

0.080Control Test 19:15

0.000Air Blank 19:16

# 1 0.152Subject Sample 19:16

1.605Breath Volume 19:16

0.000Air Blank 19:17

0.000Air Blank 19:18

# 2 0.154Subject Sample 19:19

1.929Breath Volume 19:19

0.000Air Blank 19:20

0.080Control Test 19:20

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:5308/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:12

Collier County SO

SILL,K

05/05/2017

11315080A1

Collier County SO

NODARSE,MARIO,

SANCHEZ

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.080Control Test 22:09

Air Blank 22:10 Purge Fail

0.000Air Blank 22:10

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:0008/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:12

Collier County SO

SILL,K

05/05/2017

11315080A1

Collier County SO

NODARSE,MARIO,

SANCHEZ

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.076Control Test 22:13

0.000Air Blank 22:14

# 1 0.195Subject Sample 22:17 Volume Not Met

0.332Breath Volume 22:17

0.000Air Blank 22:18

Air Blank 22:20 Ambient Fail

Air Blank 22:21 Purge Fail

Data Download Date/Time: 09/01/2016 16:03

06 June 2018

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4308/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:16

Collier County SO

MCCOY,D

05/05/2017

11315080A1

Collier County SO

BATSON,MITCHELL,J

MIQUI

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.079Control Test 00:15

0.000Air Blank 00:15

# 1 0.147Subject Sample 00:16

3.886Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.146Subject Sample 00:19

2.597Breath Volume 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1008/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:50

Collier County SO

SILL,K

05/05/2017

11315080A1

Collier County SO

VECIANA,YASSIEL,A

WARYCK

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

# 1 0.136Subject Sample 02:38

1.218Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.142Subject Sample 02:41

1.273Breath Volume 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000944CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:5308/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

19:48

Collier County SO

KEHNE,D

05/05/2017

11315080A1

Collier County SO

ZERPA,E,

RAMIREZ BELTRAN

08/02/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

# 1 0.178Subject Sample 21:42

2.437Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.154Subject Sample 21:45

1.394Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 3 0.172Subject Sample 21:49

2.324Breath Volume 21:49

0.000Air Blank 21:49

0.079Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 09/01/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:2408/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:41

Charlotte County SO

ALLESE,R

09/05/2017

19615080A2

Charlotte County SO

EGAN,MELISSA,

NICHOLSON

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:50

0.000Air Blank 18:50

0.078Control Test 18:51

0.000Air Blank 18:51

# 1 0.233Subject Sample 18:51

2.402Breath Volume 18:51

0.000Air Blank 18:52

0.000Air Blank 18:54

# 2 0.233Subject Sample 18:54

2.230Breath Volume 18:54

0.000Air Blank 18:55

0.077Control Test 18:55

0.000Air Blank 18:56

OKDiagnostics Check 18:56

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:3608/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:27

Charlotte County SO

MURRAY,JAMES

09/05/2017

19615080A2

Charlotte County SO

EGAN,MELISSA,

PERRI

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:18

0.000Air Blank 20:18

0.078Control Test 20:19

0.000Air Blank 20:19

# 1 0.000Subject Sample 20:19

1.843Breath Volume 20:19

0.000Air Blank 20:20

Air Blank 20:22 RFI Detect

0.000Air Blank 20:22

0.078Control Test 20:23

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:1808/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:27

Charlotte County SO

MURRAY,JAMES

09/05/2017

19615080A2

Charlotte County SO

EGAN,MELISSA,

PERRI

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.078Control Test 20:25

0.000Air Blank 20:25

# 1 0.000Subject Sample 20:26

1.585Breath Volume 20:26

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.000Subject Sample 20:28

1.781Breath Volume 20:28

0.000Air Blank 20:29

0.078Control Test 20:29

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4608/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:26

Charlotte County SO

GELLEGO,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

FARRELL,THOMAS,R

BANSON

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.076Control Test 03:01

0.000Air Blank 03:01

# 1 0.190Subject Sample 03:02

4.109Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.188Subject Sample 03:05

3.753Breath Volume 03:05

0.000Air Blank 03:05

0.076Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2908/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:47

Punta Gorda PD

KLEIVER,J

09/05/2017

19615080A2

Punta Gorda PD

BURNETTE,MICHAEL,A

CAMPBELL

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.077Control Test 03:31

0.000Air Blank 03:32

# 1 0.255Subject Sample 03:33

1.222Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.247Subject Sample 03:36

1.894Breath Volume 03:36

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:5908/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:47

Charlotte County SO

ALLESE,R

09/05/2017

19615080A2

Charlotte County SO

BURNETTE,MICHAEL,A

SCHROLL

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.077Control Test 04:41

0.000Air Blank 04:42

# 1 0.180Subject Sample 04:42

1.386Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.170Subject Sample 04:45

1.601Breath Volume 04:45

0.000Air Blank 04:46

0.075Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:5708/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:37

Charlotte County SO

NORRIS,FWC

09/05/2017

19615080A2

FFWCC (Lakeland)

FISHER,SCOTT,R

SMITH

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.077Control Test 20:51

0.000Air Blank 20:51

# 1 0.149Subject Sample 20:52

1.875Breath Volume 20:52

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.151Subject Sample 20:55

1.917Breath Volume 20:55

0.000Air Blank 20:56

0.077Control Test 20:56

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2908/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:46

Charlotte County SO

SELLA,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

FISHER,SCOTT,R

ECKHOFF

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.077Control Test 03:29

0.000Air Blank 03:29

# 1 0.125Subject Sample 03:32 Volume Not Met

0.207Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.141Subject Sample 03:36

1.175Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 3 0.141Subject Sample 03:42

1.531Breath Volume 03:42

0.000Air Blank 03:42

0.077Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:18:1708/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:50

11:00

Charlotte County SO

EPEARDS,R

09/05/2017

19615080A2

Charlotte County SO

HEALEY,DAWN,M

CLARK

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:11

0.000Air Blank 12:12

0.076Control Test 12:12

0.000Air Blank 12:12

# 1 0.121Subject Sample 12:13

1.777Breath Volume 12:13

0.000Air Blank 12:14

0.000Air Blank 12:16

# 2 0.123Subject Sample 12:16

2.046Breath Volume 12:16

0.000Air Blank 12:17

0.074Control Test 12:17 Control Outside Tolerance

0.000Air Blank 12:18

Data Download Date/Time: 08/31/2016 21:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:01:2408/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:27

Charlotte County SO

SCHAIBLE,MARK

09/05/2017

19615080A2

Charlotte County SO

HEALEY,DAWN,M

RISSETTI

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:54

0.000Air Blank 15:54

0.077Control Test 15:55

0.000Air Blank 15:55

# 1 0.098Subject Sample 15:56

1.144Breath Volume 15:56

0.000Air Blank 15:56

0.000Air Blank 15:58

# 2 0.093Subject Sample 15:59

1.679Breath Volume 15:59

0.000Air Blank 16:00

0.076Control Test 16:00

0.000Air Blank 16:01

OKDiagnostics Check 16:01

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:3408/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:12

Charlotte County SO

DEGRASSE,T

09/05/2017

19615080A2

Charlotte County SO

MCCLAIN,CHRISTOPHER,M

HICKS

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

# 1 0.127Subject Sample 02:14

1.722Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.138Subject Sample 02:17

1.988Breath Volume 02:17

0.000Air Blank 02:17

0.078Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:1108/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:42

Charlotte County SO

LIBBY,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

FISHER,SCOTT,R

JACOBSON

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.078Control Test 23:41

0.000Air Blank 23:41

# 1 0.220Subject Sample 23:42

2.050Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.223Subject Sample 23:45

1.496Breath Volume 23:45

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:1708/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:21

Charlotte County SO

SELLA,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

FISHER,SCOTT,R

MONACELLI

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.076Control Test 01:27

0.000Air Blank 01:27

# 1 0.305Subject Sample 01:28

2.480Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.299Subject Sample 01:31

2.265Breath Volume 01:31

0.000Air Blank 01:32

0.078Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:5008/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

02:17

02:00

Charlotte County SO

MONAHAN,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

FISHER,SCOTT,R

KINER

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.078Control Test 02:38

0.000Air Blank 02:38

# 1 0.350Subject Sample 02:38

1.488Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.345Subject Sample 02:42

1.105Breath Volume 02:42

0.000Air Blank 02:42

0.077Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4108/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:43

Charlotte County SO

DOPPELBAUER,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

FISHER,SCOTT,R

TILLOTSON

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.077Control Test 03:39

0.000Air Blank 03:40

# 1 0.103Subject Sample 03:41

1.222Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.099Subject Sample 03:46 Volume Not Met

0.628Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 3 0.103Subject Sample 03:51

1.785Breath Volume 03:51

0.000Air Blank 03:51

0.078Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:18:1108/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:45

07:45

Charlotte County SO

CAMPBELL,J

09/05/2017

19615080A2

Charlotte County SO

CAMPBELL,J,

KINER

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:12

0.000Air Blank 08:12

0.077Control Test 08:12

0.000Air Blank 08:13

# 1 0.231Subject Sample 08:13

2.324Breath Volume 08:13

0.000Air Blank 08:14

0.000Air Blank 08:16

# 2 0.235Subject Sample 08:16

2.574Breath Volume 08:16

0.000Air Blank 08:17

0.077Control Test 08:17

0.000Air Blank 08:18

OKDiagnostics Check 08:18

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:23:5408/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:55

11:55

Charlotte County SO

CAMPBELL,J

09/05/2017

19615080A2

Charlotte County SO

CAMPBELL,J,

KINER

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:17

0.000Air Blank 12:18

0.078Control Test 12:18

0.000Air Blank 12:19

# 1 0.117Subject Sample 12:19

2.386Breath Volume 12:19

0.000Air Blank 12:20

0.000Air Blank 12:22

# 2 0.122Subject Sample 12:22

2.101Breath Volume 12:22

0.000Air Blank 12:23

0.077Control Test 12:23

0.000Air Blank 12:23

OKDiagnostics Check 12:23

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:50:1508/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:15

13:15

Charlotte County SO

CAMPBELL,J

09/05/2017

19615080A2

Charlotte County SO

CAMPBELL,J,

KINER

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:44

0.000Air Blank 13:44

0.078Control Test 13:45

0.000Air Blank 13:45

# 1 0.079Subject Sample 13:45

1.441Breath Volume 13:45

0.000Air Blank 13:46

0.000Air Blank 13:48

# 2 0.080Subject Sample 13:48

1.363Breath Volume 13:48

0.000Air Blank 13:49

0.078Control Test 13:49

0.000Air Blank 13:50

OKDiagnostics Check 13:50

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:43:2008/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:15

15:15

Charlotte County SO

CAMPBELL,J

09/05/2017

19615080A2

Charlotte County SO

CAMPBELL,J,

KINER

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:37

0.000Air Blank 15:37

0.077Control Test 15:37

0.000Air Blank 15:38

# 1 0.027Subject Sample 15:39

1.468Breath Volume 15:39

0.000Air Blank 15:39

0.000Air Blank 15:41

# 2 0.025Subject Sample 15:41

1.117Breath Volume 15:41

0.000Air Blank 15:42

0.076Control Test 15:42

0.000Air Blank 15:43

OKDiagnostics Check 15:43

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:48:1308/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:19

06:54

Charlotte County SO

NELSON,R

09/05/2017

19615080A2

Charlotte County SO

CAMPBELL,J,

GARCIA

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:41

0.000Air Blank 07:42

0.078Control Test 07:42

0.000Air Blank 07:42

# 1 0.154Subject Sample 07:43

3.378Breath Volume 07:43

0.000Air Blank 07:44

0.000Air Blank 07:46

# 2 0.148Subject Sample 07:46

3.386Breath Volume 07:46

0.000Air Blank 07:47

0.077Control Test 07:47

0.000Air Blank 07:48

OKDiagnostics Check 07:48

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:21:4908/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:55

12:23

Charlotte County SO

COOPER,DAVID

09/05/2017

19615080A2

Charlotte County SO

CREWS,HENRY,E

MALAGISI

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:15

0.000Air Blank 13:16

0.077Control Test 13:16

0.000Air Blank 13:17

# 1 0.000Subject Sample 13:17

2.785Breath Volume 13:17

0.000Air Blank 13:18

0.000Air Blank 13:20

# 2 0.000Subject Sample 13:20

3.019Breath Volume 13:20

0.000Air Blank 13:20

0.077Control Test 13:21

0.000Air Blank 13:21

OKDiagnostics Check 13:21

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:0308/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:06

Charlotte County SO

BUCKELEW,B

09/05/2017

19615080A2

Punta Gorda PD

MCCLAIN,CHRISTOPHER,M

OVERDORF

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.077Control Test 22:51

0.000Air Blank 22:51

# 1 0.135Subject Sample 22:54 Volume Not Met

0.105Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.173Subject Sample 22:57 No .020 agreement

1.156Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 3 0.144Subject Sample 23:02 No .020 agreement

1.179Breath Volume 23:02

0.000Air Blank 23:03

0.077Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:04

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:4508/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:06

Charlotte County SO

BUCKELEW,B

09/05/2017

19615080A2

Punta Gorda PD

MCCLAIN,CHRISTOPHER,M

OVERDORF

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.077Control Test 23:10

0.000Air Blank 23:10

# 1 0.120Subject Sample 23:13 Volume Not Met

0.167Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.126Subject Sample 23:19 Volume Not Met

0.531Breath Volume 23:19

0.000Air Blank 23:19

0.076Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3308/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:12

Charlotte County SO

GIRARD,J

09/05/2017

19615080A2

Punta Gorda PD

MCCLAIN,CHRISTOPHER,M

GRIFFIN

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.077Control Test 01:01

0.000Air Blank 01:02

# 1 0.150Subject Sample 01:05 Volume Not Met

0.019Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:07

# 2 0.154Subject Sample 01:11 Volume Not Met

0.062Breath Volume 01:11

0.000Air Blank 01:11

0.077Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3908/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:12

Charlotte County SO

GIRARD,J

09/05/2017

19615080A2

Punta Gorda PD

MCCLAIN,CHRISTOPHER,M

GRIFFIN

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.077Control Test 01:17

0.000Air Blank 01:17

# 1 0.147Subject Sample 01:20 Volume Not Met

0.015Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2Subject Sample 01:26 No Sample Provided

0.000Breath Volume 01:26

0.000Air Blank 01:26

0.076Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0408/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:28

Charlotte County SO

FREITAS,A

09/05/2017

19615080A2

Charlotte County SO

EGAN,MELISSA,

DALY

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

Air Blank 23:17 RFI Detect

0.000Air Blank 23:18

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:4908/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:28

Charlotte County SO

FREITAS,A

09/05/2017

19615080A2

Charlotte County SO

EGAN,MELISSA,

DALY

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.077Control Test 23:21

0.000Air Blank 23:21

# 1 0.192Subject Sample 23:22

2.484Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:24

# 2 0.187Subject Sample 23:25

2.000Breath Volume 23:25

0.000Air Blank 23:25

0.077Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:4308/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:01

Charlotte County SO

TEBANO,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

SHOCK,JOSEPH,P

SMOKE

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.078Control Test 02:56

0.000Air Blank 02:56

# 1 0.108Subject Sample 02:57

3.230Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.109Subject Sample 03:00

2.839Breath Volume 03:00

0.000Air Blank 03:00

0.078Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 08/31/2016 21:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2908/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:38

Charlotte County SO

BEASLEY,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

MCCLAIN,CHRISTOPHER,M

BRYAN

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.077Control Test 02:35

0.000Air Blank 02:36

# 1 0.150Subject Sample 02:36

3.750Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.148Subject Sample 02:40

3.589Breath Volume 02:40

0.000Air Blank 02:40

0.078Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 08/31/2016 21:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2108/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:37

Charlotte County SO

KLEIVER,OFFICER

09/05/2017

19615080A2

Punta Gorda PD

KLOS,LINDSAY,M

WELCH

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:23

# 1 0.209Subject Sample 01:23

3.207Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.207Subject Sample 01:26

3.390Breath Volume 01:26

0.000Air Blank 01:27

0.078Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 08/31/2016 21:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:1808/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:41

Charlotte County SO

MORSE,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

FISHER,SCOTT,R

SPENCER

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.077Control Test 02:22

0.000Air Blank 02:22

# 1 0.208Subject Sample 02:22

3.164Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.198Subject Sample 02:25

2.187Breath Volume 02:25

0.000Air Blank 02:26

0.077Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 08/31/2016 21:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:5608/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:27

Charlotte County SO

HAUSCHILD,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

KLOS,LINDSAY,M

RUSSELL

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.077Control Test 23:21

0.000Air Blank 23:21

# 1 0.125Subject Sample 23:22

1.390Breath Volume 23:22

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.126Subject Sample 23:25

1.667Breath Volume 23:25

0.000Air Blank 23:26

0.077Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 08/31/2016 21:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:4408/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:57

Charlotte County SO

FRASER,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

KLOS,LINDSAY,M

MARTINEZ RIVERA

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.078Control Test 03:44

0.000Air Blank 03:44

# 1 0.172Subject Sample 03:45

1.769Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.168Subject Sample 03:49

2.246Breath Volume 03:49

0.000Air Blank 03:49

0.077Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 08/31/2016 21:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:4008/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

18:45

18:35

Charlotte County SO

TAMERIS,N/A

09/05/2017

19615080A2

Charlotte County SO

CHAPMAN,VANESSA,N

KIRMO

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:06

0.000Air Blank 19:06

0.078Control Test 19:07

0.000Air Blank 19:07

# 1 0.352Subject Sample 19:08

1.777Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:11

# 2 0.344Subject Sample 19:12

2.226Breath Volume 19:12

0.000Air Blank 19:12

0.078Control Test 19:13

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 08/31/2016 21:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:2108/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:47

Charlotte County SO

JIMENEZ,K

09/05/2017

19615080A2

Punta Gorda PD

CHAPMAN,VANESSA,N

SCOTTO

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.077Control Test 01:34

0.000Air Blank 01:34

# 1 0.281Subject Sample 01:35

2.105Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.290Subject Sample 01:38

2.218Breath Volume 01:38

0.000Air Blank 01:39

0.077Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 08/31/2016 21:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:47:0408/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:19

17:36

Charlotte County SO

STAUB,DEPUTY

09/05/2017

19615080A2

Charlotte County SO

FISHER,SCOTT,R

MARION

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.079Control Test 18:41

0.000Air Blank 18:41

# 1 0.000Subject Sample 18:42

1.128Breath Volume 18:42

0.000Air Blank 18:42

0.000Air Blank 18:44

# 2 0.000Subject Sample 18:45

2.378Breath Volume 18:45

0.000Air Blank 18:46

0.079Control Test 18:46

0.000Air Blank 18:46

OKDiagnostics Check 18:47

Data Download Date/Time: 08/31/2016 21:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000946CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:2208/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

20:09

19:50

Charlotte County SO

GONZALEZ,OFFICER

09/05/2017

19615080A2

Punta Gorda PD

FISHER,SCOTT,R

GOODWIN

07/28/2016

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:37

0.077Control Test 20:37

0.000Air Blank 20:38

# 1 0.254Subject Sample 20:38

2.199Breath Volume 20:38

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.263Subject Sample 20:41

1.250Breath Volume 20:41

0.000Air Blank 20:42

0.078Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 08/31/2016 21:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2908/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:57

FHP Troop F

CRUZ,DANIEL

03/05/2018

04216080A3

FHP Troop F

CRUZ,DANIEL,A

ARRIERA

07/29/2016

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:56

# 1 0.125Subject Sample 03:57

3.187Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.127Subject Sample 04:00

2.964Breath Volume 04:00

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 08/31/2016 10:59

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2208/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:52

Franklin County SO

CARLSON,BRICE

04/08/2018

1841081

Franklin County SO

WHALEY,CARLTON,L

PRINCE

08/20/2016

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

# 1 0.139Subject Sample 00:43

1.828Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.142Subject Sample 00:46

2.035Breath Volume 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 09/21/2016 17:01

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000956CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:4608/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:15

FHP Troop H

WRIGHT,JOSHUA

06/05/2017

13115080A1

FHP Troop H

WRIGHT,JOSHUA,N

SANTOS

07/11/2016

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:42

0.078Control Test 19:42

0.000Air Blank 19:43

# 1 0.192Subject Sample 19:46 Volume Not Met

0.351Breath Volume 19:46

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.162Subject Sample 19:52 Volume Not Met

0.187Breath Volume 19:52

0.000Air Blank 19:52

0.078Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 08/25/2016 11:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:2408/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:50

Leon County SO

PITTMAN,JAMES

06/05/2017

13115080A1

Leon County SO

PITTMAN,JAMES,H

JOHNSON

07/20/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

# 1 0.063Subject Sample 02:49

1.597Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.065Subject Sample 02:52

2.035Breath Volume 02:52

0.000Air Blank 02:53

0.079Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 08/11/2016 11:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:07:3608/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:36

13:45

FL State University

BLACK,CHRISTOPHER

06/05/2017

13115080A1

FL State University

BLACK,CHRISTOPHER,S

ARWOOD

07/20/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:01

0.000Air Blank 15:01

0.079Control Test 15:01

0.000Air Blank 15:02

# 1 0.224Subject Sample 15:03

1.710Breath Volume 15:03

0.000Air Blank 15:03

0.000Air Blank 15:05

# 2 0.235Subject Sample 15:06

2.070Breath Volume 15:06

0.000Air Blank 15:06

0.079Control Test 15:07

0.000Air Blank 15:07

OKDiagnostics Check 15:07

Data Download Date/Time: 08/11/2016 11:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:4408/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:51

FL State University

HARWOOD,LEE

06/05/2017

13115080A1

FL State University

JOHNSON,ANDREW,L

COLEMAN

07/20/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

# 1 0.196Subject Sample 00:51

2.000Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.183Subject Sample 00:55

3.066Breath Volume 00:55

0.000Air Blank 00:55

0.078Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 08/11/2016 11:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:3108/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:33

04:22

FHP Troop H

MORAN,CORY

06/05/2017

13115080A1

FHP Troop H

GILL,JOSEPH,D

ROLLEN

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:07

0.000Air Blank 06:08

0.080Control Test 06:08

0.000Air Blank 06:09

# 1Subject Sample 06:10 Subject Test Refused

0.000Breath Volume 06:10

0.000Air Blank 06:10

0.080Control Test 06:10

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4108/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:12

FL State University

DENENBERG,FRANK

06/05/2017

13115080A1

FL State University

WILSON,BRANDON,J

THOMPSON

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:01

# 1Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:03

0.081Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:4608/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:17

FL State University

WILSON,BRANDON

06/05/2017

13115080A1

FL State University

WILSON,BRANDON,J

ABNEY

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.123Subject Sample 03:52

2.234Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.111Subject Sample 03:55

1.359Breath Volume 03:55

0.000Air Blank 03:55

0.079Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:3108/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:18

FL State University

WILSON,BRANDON

06/05/2017

13115080A1

FL State University

WILSON,BRANDON,J

BARONEK

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:51

# 1 0.083Subject Sample 01:52

2.164Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.079Subject Sample 01:56

2.332Breath Volume 01:56

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:0208/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:14

Tallahassee PD

ROY,G

06/05/2017

13115080A1

Tallahassee PD

ROY,G,M

TIEDT

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:04

0.000Air Blank 20:04

0.080Control Test 20:04

0.000Air Blank 20:05

# 1 0.000Subject Sample 20:05

1.863Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.000Subject Sample 20:08

1.187Breath Volume 20:08

0.000Air Blank 20:09

0.079Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:10

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:5508/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:46

Tallahassee PD

ROY,G

06/05/2017

13115080A1

Tallahassee PD

ROY,G,

WASHINGTON

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.101Subject Sample 01:29

1.515Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.100Subject Sample 01:32

2.269Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:3608/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:52

Tallahassee PD

SMIDT,M

06/05/2017

13115080A1

Tallahassee PD

SMIDT,M,

CAMACHO

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

0.080Control Test 22:44

0.000Air Blank 22:44

# 1 0.289Subject Sample 22:45

1.570Breath Volume 22:45

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.279Subject Sample 22:48

1.230Breath Volume 22:48

0.000Air Blank 22:48

0.080Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:4608/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:30

Leon County SO

PITTMAN,JAMES

06/05/2017

13115080A1

Leon County SO

PITTMAN,JAMES,H

SPANN

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:10

0.078Control Test 18:11

0.000Air Blank 18:11

# 1 0.136Subject Sample 18:12

1.992Breath Volume 18:12

0.000Air Blank 18:13

0.000Air Blank 18:15

# 2 0.132Subject Sample 18:16

1.382Breath Volume 18:16

0.000Air Blank 18:16

0.078Control Test 18:17

0.000Air Blank 18:17

OKDiagnostics Check 18:17

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4808/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:36

Leon County SO

PITTMAN,JAMES

06/05/2017

13115080A1

Leon County SO

PITTMAN,JAMES,H

GIBSON

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:32

# 1 0.180Subject Sample 02:33

1.550Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.185Subject Sample 02:36

2.007Breath Volume 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5508/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:47

FL State University

WILSON,BRANDON

06/05/2017

13115080A1

FL State University

WILSON,BRANDON,J

KIM

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:29

# 1 0.182Subject Sample 03:30

2.332Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:32

# 2 0.182Subject Sample 03:34

2.199Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 09/08/2016 10:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:5708/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:03

18:34

Leon County SO

CUTCLIFFE,MARY

06/05/2017

13115080A1

Leon County SO

CUTCLIFFE,MARY,P

FERNANDEZ

07/20/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:32

0.078Control Test 19:32

0.000Air Blank 19:33

# 1 0.267Subject Sample 19:33

1.351Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.289Subject Sample 19:36

1.449Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:39

# 3 0.297Subject Sample 19:39

1.285Breath Volume 19:39

0.000Air Blank 19:40

0.079Control Test 19:40

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 08/11/2016 11:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:4008/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

22:21

FHP Troop H

BAKER,MARK

06/05/2017

13115080A1

FHP Troop H

BAKER,MARK,J

KOBY

07/20/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:36

# 1 0.000Subject Sample 00:37

2.828Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.000Subject Sample 00:41

1.843Breath Volume 00:41

0.000Air Blank 00:41

0.080Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 08/11/2016 11:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:3808/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:55

Tallahassee PD

BRAXTON,D

06/05/2017

13115080A1

Tallahassee PD

BRAXTON,D,L

DUPONT-HIGHTOWER

07/20/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

# 1 0.122Subject Sample 04:41

1.562Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.123Subject Sample 04:44

1.203Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 08/11/2016 11:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1308/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:11

FHP Troop H

BURNETTE,JAVON

06/05/2017

13115080A1

FHP Troop H

BURNETTE,JAVON,A

JOHNSON

07/20/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.080Control Test 00:10

0.000Air Blank 00:10

# 1Subject Sample 00:10 Subject Test Refused

0.000Breath Volume 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 08/11/2016 11:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1708/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:33

Tallahassee PD

SCHULZE,JON

06/05/2017

13115080A1

Tallahassee PD

SCHULZE,JON,

SALTERS

07/20/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

# 1 0.110Subject Sample 03:18

1.542Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.108Subject Sample 03:21

2.550Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 08/11/2016 11:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:3008/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:36

Tallahassee PD

SCHULZE,JON

01/05/2018

34015080A2

Tallahassee PD

SCHULZE,JON,

ZUNIGA

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

# 1 0.166Subject Sample 00:28

2.441Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.163Subject Sample 00:31

2.433Breath Volume 00:31

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:0808/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:15

FHP Troop H

DOTY,BRITANY

01/05/2018

34015080A2

FHP Troop H

DOTY,BRITANY,A

HODGE

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.080Control Test 23:31

0.000Air Blank 23:31

# 1 0.157Subject Sample 23:32

2.761Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:34

# 2 0.158Subject Sample 23:35

3.046Breath Volume 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:5208/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:06

FHP Troop H

MCCLELLAN,DETRICK

01/05/2018

34015080A2

FHP Troop H

MCCLELLAN,DETRICK,S

GRAHAM

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.080Control Test 05:06

0.000Air Blank 05:06

# 1 0.093Subject Sample 05:07

3.164Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:09

# 2 0.084Subject Sample 05:10

1.925Breath Volume 05:10

0.000Air Blank 05:10

0.078Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:1708/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:52

FHP Troop H

ZUFALL,CALEB

01/05/2018

34015080A2

FHP Troop H

ZUFALL,CALEB,L

MANZANO

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

# 1 0.132Subject Sample 00:50

1.375Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.132Subject Sample 00:53

2.343Breath Volume 00:53

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:3508/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

17:50

17:22

FL State University

CUTCLIFFE,BRIAN

01/05/2018

34015080A2

FL State University

CUTCLIFFE,BRIAN,R

COWART

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:11

0.077Control Test 18:11

0.000Air Blank 18:11

# 1 0.336Subject Sample 18:12

2.117Breath Volume 18:12

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.332Subject Sample 18:15

1.957Breath Volume 18:15

0.000Air Blank 18:15

0.077Control Test 18:15

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4808/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:20

Tallahassee PD

SCHULZE,JON

01/05/2018

34015080A2

Tallahassee PD

SCHULZE,JON,

MC DANIEL

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.079Control Test 03:18

0.000Air Blank 03:18

# 1 0.137Subject Sample 03:19

1.785Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.135Subject Sample 03:24

1.652Breath Volume 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4008/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:34

FL State University

CUTCLIFFE,BRIAN

01/05/2018

34015080A2

FL State University

CUTCLIFFE,BRIAN,R

PEREZ

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

# 1 0.035Subject Sample 03:25

1.546Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.032Subject Sample 03:29

2.023Breath Volume 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:06:1208/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:06

Tallahassee PD

THOMPSON,JEFFREY

01/05/2018

34015080A2

Tallahassee PD

THOMPSON,JEFFREY,A

VILORIA

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.080Control Test 06:00

0.000Air Blank 06:00

# 1 0.124Subject Sample 06:01

1.492Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.125Subject Sample 06:04

2.476Breath Volume 06:04

0.000Air Blank 06:05

0.079Control Test 06:05

0.000Air Blank 06:06

OKDiagnostics Check 06:06

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:5408/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:27

Leon County SO

CUTCLIFFE,MARY

01/05/2018

34015080A2

Leon County SO

CUTCLIFFE,MARY,P

FRENCH

08/11/2016

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:53

0.080Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 09/08/2016 10:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:5308/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:25

FHP Troop H

CROSS, SR.,MICHAEL

01/05/2018

34015080A2

FHP Troop H

CROSS, SR.,MICHAEL,S

WATSON

08/10/2016

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.078Control Test 01:50

0.000Air Blank 01:51

# 1 0.182Subject Sample 01:51

3.644Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:53

# 2 0.177Subject Sample 01:54

3.636Breath Volume 01:54

0.000Air Blank 01:54

0.078Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 09/28/2016 09:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:4808/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:14

FHP Troop H

REVELL,DENNIS

01/05/2018

34015080A2

FHP Troop H

REVELL,DENNIS,E

NORRIS

07/12/2016

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.079Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 08/08/2016 11:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:0208/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:55

FHP Troop H

ALLEN,JAMES

01/05/2018

34015080A2

FHP Troop H

ALLEN,JAMES,R

K2

08/08/2016

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1 0.115Subject Sample 02:56

3.042Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:58

# 2 0.122Subject Sample 02:59

3.492Breath Volume 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:01

Data Download Date/Time: 09/29/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:2708/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:50

FHP Troop H

ALLEN,JAMES

01/05/2018

34015080A2

FHP Troop H

ALLEN,JAMES,R

WILLIAMS

08/08/2016

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1 0.145Subject Sample 00:37

2.046Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.144Subject Sample 00:40

1.589Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 09/29/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:4208/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:59

FHP Troop H

BURNETTE,JAVON

01/05/2018

34015080A2

FHP Troop H

BURNETTE,JAVON,A

DURHAM

08/08/2016

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:45

# 1 0.000Subject Sample 23:46

1.585Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.000Subject Sample 23:49

4.886Breath Volume 23:49

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 09/29/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:1808/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:17

Apopka PD

SORRELLS,BRIAN

06/05/2017

13115080A1

Apopka PD

ELLER,ASHLEY,B

MACHT

07/15/2016

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.076Control Test 01:01

0.000Air Blank 01:01

# 1 0.198Subject Sample 01:02

4.410Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.200Subject Sample 01:05

4.468Breath Volume 01:05

0.000Air Blank 01:06

0.076Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 08/26/2016 21:58

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:0108/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:22

Apopka PD

SORRELLS,BRIAN

06/05/2017

13115080A1

Apopka PD

ELLER,ASHLEY,B

FLORENCE

07/15/2016

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:26

0.077Control Test 22:27

0.000Air Blank 22:27

# 1 0.158Subject Sample 22:28

2.832Breath Volume 22:28

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.158Subject Sample 22:31

3.199Breath Volume 22:31

0.000Air Blank 22:32

0.076Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:33

Data Download Date/Time: 08/26/2016 21:58

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2408/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:24

Apopka PD

HART,LAUREN

06/05/2017

13115080A1

Apopka PD

ELLER,ASHLEY,B

CIAMPA

07/15/2016

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.076Control Test 23:44

0.000Air Blank 23:45

# 1 0.106Subject Sample 23:45

2.269Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:47

# 2 0.102Subject Sample 23:48

2.148Breath Volume 23:48

0.000Air Blank 23:49

0.077Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 08/26/2016 21:58

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:4908/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

21:59

Apopka PD

WALLACE,TIMOTHY

06/05/2017

13115080A1

Apopka PD

ELLER,ASHLEY,B

TRAN

07/15/2016

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.076Control Test 23:19

0.000Air Blank 23:19

# 1 0.000Subject Sample 23:20

2.355Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.000Subject Sample 23:23

2.398Breath Volume 23:23

0.000Air Blank 23:23

0.076Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 08/26/2016 21:58

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:0108/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:37

Apopka PD

CAMPBELL,ROBERT

06/05/2017

13115080A1

Apopka PD

CAMPBELL,ROBERT,J

HENRY

07/15/2016

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.076Control Test 22:48

0.000Air Blank 22:49

# 1 0.093Subject Sample 22:52 Volume Not Met

0.101Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.105Subject Sample 22:55

1.218Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:57

# 3 0.102Subject Sample 23:00

1.332Breath Volume 23:00

0.000Air Blank 23:01

0.075Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:02

Data Download Date/Time: 08/26/2016 21:58

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:0708/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:35

Apopka PD

CAMPBELL,ROBERT

06/05/2017

13115080A1

Apopka PD

CAMPBELL,ROBERT,J

TONEY

08/26/2016

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.076Control Test 21:14

0.000Air Blank 21:15

# 1 0.180Subject Sample 21:16

1.421Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.177Subject Sample 21:19

1.562Breath Volume 21:19

0.000Air Blank 21:20

0.075Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 09/29/2016 21:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:4108/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:39

Osceola County SO

MCCONNELL,CHARLES

10/16/2016

1578837

Osceola County SO

WILLIAMS,JEREMY,R

DIAZ

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.082Control Test 02:35

0.000Air Blank 02:36

# 1 0.217Subject Sample 02:36

2.003Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:38

# 2 0.205Subject Sample 02:39

1.132Breath Volume 02:39

0.000Air Blank 02:39

0.081Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:5408/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:12

Kissimmee PD

LUGO,NEFTALI

10/16/2016

1578837

Kissimmee PD

LUGO,NEFTALI,F

TORRES

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.081Control Test 22:51

0.000Air Blank 22:51

# 1Subject Sample 22:53 Subject Test Refused

0.000Breath Volume 22:53

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:4108/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

16:22

FHP Troop D

THOMAS,CHARLES

10/16/2016

1578837

FHP Troop D

THOMAS,CHARLES,F

MIERKE

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.081Control Test 19:16

0.000Air Blank 19:16

# 1 0.000Subject Sample 19:17

3.019Breath Volume 19:17

0.000Air Blank 19:17

0.000Air Blank 19:19

# 2 0.000Subject Sample 19:20

3.230Breath Volume 19:20

0.000Air Blank 19:20

0.082Control Test 19:21

0.000Air Blank 19:21

OKDiagnostics Check 19:21

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:10:5508/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

10:05

Osceola County SO

BEEKMAN,JOSHUA

10/16/2016

1578837

Osceola County SO

BEEKMAN,JOSHUA,J

MORENO-MORALES

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:04

0.000Air Blank 11:04

0.081Control Test 11:05

0.000Air Blank 11:05

# 1 0.000Subject Sample 11:06

1.996Breath Volume 11:06

0.000Air Blank 11:06

0.000Air Blank 11:08

# 2 0.000Subject Sample 11:09

1.761Breath Volume 11:09

0.000Air Blank 11:10

0.081Control Test 11:10

0.000Air Blank 11:10

OKDiagnostics Check 11:10

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:2708/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:42

Osceola County SO

PEDULLA,VINCENT

10/16/2016

1578837

Osceola County SO

PEDULLA,VINCENT,L

MYERS

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:56

0.081Control Test 19:56

0.000Air Blank 19:56

# 1Subject Sample 19:57 Subject Test Refused

0.000Breath Volume 19:57

0.000Air Blank 19:57

0.082Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:3308/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:43

FHP Troop K

MARCELLA,MICHAEL

10/16/2016

1578837

FHP Troop K

RODRIGUEZ,LESLIE,A

RODRIGUEZ

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:59

# 1 0.030Subject Sample 04:59

2.417Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:01

# 2 0.029Subject Sample 05:02

1.886Breath Volume 05:02

0.000Air Blank 05:03

0.081Control Test 05:03

Air Blank 05:04 RFI Detect

0.000Air Blank 05:04

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:14:0908/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:42

11:55

FHP Troop D

RUSSAK,KEVIN

10/16/2016

1578837

FHP Troop D

RUSSAK,KEVIN,M

FURBER

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:07

0.000Air Blank 13:08

0.081Control Test 13:08

0.000Air Blank 13:08

# 1 0.000Subject Sample 13:09

4.390Breath Volume 13:09

0.000Air Blank 13:10

0.000Air Blank 13:12

# 2 0.000Subject Sample 13:12

1.910Breath Volume 13:12

0.000Air Blank 13:13

0.082Control Test 13:13

0.000Air Blank 13:14

OKDiagnostics Check 13:14

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:51:0008/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:18

10:06

Kissimmee PD

DIEHL,EDWARD

10/16/2016

1578837

Kissimmee PD

DIEHL,EDWARD,

RAMHANIE

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:44

0.000Air Blank 10:45

0.081Control Test 10:45

0.000Air Blank 10:45

# 1 0.165Subject Sample 10:46

1.960Breath Volume 10:46

0.000Air Blank 10:47

0.000Air Blank 10:48

# 2 0.167Subject Sample 10:49

1.929Breath Volume 10:49

0.000Air Blank 10:50

0.082Control Test 10:50

0.000Air Blank 10:50

OKDiagnostics Check 10:51

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:5108/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:24

19:41

Osceola County SO

BLOW,CHRISTOPHER

10/16/2016

1578837

Osceola County SO

BLOW,CHRISTOPHER,A

BATISTA LOPEZ

07/26/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:59

0.000Air Blank 18:59

0.081Control Test 18:59

0.000Air Blank 19:00

# 1 0.171Subject Sample 19:01

2.011Breath Volume 19:01

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.152Subject Sample 19:04

1.253Breath Volume 19:04

0.000Air Blank 19:04

0.080Control Test 19:05

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 08/25/2016 10:20

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:2608/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

20:03

Osceola County SO

BARBEAU,DARIN

10/16/2016

1578837

Osceola County SO

ADAMS,BRIAN,F

RAMOS

08/25/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.082Control Test 20:46

0.000Air Blank 20:46

# 1 0.288Subject Sample 20:47

1.769Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.292Subject Sample 20:50

1.437Breath Volume 20:50

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 09/29/2016 09:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5008/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:28

Osceola County SO

BLOW,CHRISTOPHER

10/16/2016

1578837

Osceola County SO

BLOW,CHRISTOPHER,A

BROWN

08/25/2016

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.082Control Test 02:55

0.000Air Blank 02:55

# 1 0.226Subject Sample 02:56

2.140Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:58

# 2 0.222Subject Sample 02:59

2.023Breath Volume 02:59

0.000Air Blank 02:59

0.081Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 09/29/2016 09:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000994CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4508/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:43

Winter Park PD

DICARLO,JOSEPH

11/05/2016

28814080A3

Winter Park PD

DICARLO,JOSEPH,M

HOSKINS

07/19/2016

8100.27

WINTER PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.079Control Test 03:14

0.000Air Blank 03:14

# 1 0.129Subject Sample 03:17 Volume Not Met

0.308Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:20

0.077Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 08/17/2016 14:54

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000994CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:4808/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

18:54

Winter Park PD

DICARLO,JOSEPH

11/05/2016

28814080A3

Winter Park PD

DICARLO,JOSEPH,M

PENAFIEL-CEDENO

07/19/2016

8100.27

WINTER PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.079Control Test 19:42

0.000Air Blank 19:42

# 1 0.139Subject Sample 19:46 Volume Not Met

0.230Breath Volume 19:46

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.171Subject Sample 19:51

1.464Breath Volume 19:51

0.000Air Blank 19:52

0.000Air Blank 19:54

# 3 0.160Subject Sample 19:57 Volume Not Met

0.343Breath Volume 19:57

0.000Air Blank 19:57

0.076Control Test 19:58

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 08/17/2016 14:54

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000994CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:2408/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:19

Winter Park PD

FAIRBANKS,ANTHONY

11/05/2016

28814080A3

Winter Park PD

FAIRBANKS,ANTHONY,M

GENTRY

08/17/2016

8100.27

WINTER PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:08

0.000Air Blank 18:09

0.078Control Test 18:09

0.000Air Blank 18:10

# 1 0.242Subject Sample 18:11

1.238Breath Volume 18:11

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.247Subject Sample 18:14

1.929Breath Volume 18:14

0.000Air Blank 18:15

0.076Control Test 18:15

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 09/16/2016 19:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:4308/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:50

Cocoa Beach PD

SCHEINER,JAMES

02/05/2017

36314080A3

Cocoa Beach PD

SCHEINER,JAMES,R

HORNEMAN

07/22/2016

8100.27

COCOA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:26

# 1 0.368Subject Sample 00:28

3.085Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.364Subject Sample 00:31

3.933Breath Volume 00:31

0.000Air Blank 00:31

0.078Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 08/29/2016 16:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:3608/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:33

Titusville PD

HEDERMAN,CASEY

02/05/2018

01316080A2

Titusville PD

WERRING,TIMOTHY,J

CUMMINGS

07/28/2016

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:22

0.000Air Blank 19:22

0.079Control Test 19:22

0.000Air Blank 19:23

# 1 0.112Subject Sample 19:23

2.210Breath Volume 19:23

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.106Subject Sample 19:27

1.429Breath Volume 19:27

0.000Air Blank 19:27

0.078Control Test 19:28

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 08/28/2016 10:01

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:4908/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

03:09

Titusville PD

GLENN,KENNETH

02/05/2018

01316080A2

Titusville PD

LUGO,OSCAR,J

BARBOUR

07/28/2016

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

# 1 0.160Subject Sample 03:44

1.515Breath Volume 03:44

Air Blank 03:45 Purge Fail

0.000Air Blank 03:45

Data Download Date/Time: 08/28/2016 10:01

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5908/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

03:09

Titusville PD

GLENN,KENNETH

02/05/2018

01316080A2

Titusville PD

LUGO,OSACR,J

BARBOUR

07/28/2016

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.078Control Test 03:48

0.000Air Blank 03:49

# 1 0.165Subject Sample 03:50

1.398Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.145Subject Sample 03:54

1.378Breath Volume 03:54

0.000Air Blank 03:55

0.078Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 08/28/2016 10:01

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:0708/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

03:09

Titusville PD

GLENN,KENNETH

02/05/2018

01316080A2

Titusville PD

LUGO,OSACR,J

BARBOUR

07/28/2016

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.077Control Test 03:59

0.000Air Blank 03:59

# 1 0.150Subject Sample 04:00

1.566Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:02

# 2 0.154Subject Sample 04:04

1.511Breath Volume 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 08/28/2016 10:01

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.


