
80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:4504/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

02:47

Seminole County SO

ROSARIUS,JASON

01/14/2018

1789170

Oviedo PD

BERRIOS,STEPHANIE,A

ECKLUND

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:54

0.081Control Test 04:54

0.000Air Blank 04:55

# 1 0.000Subject Sample 04:55

4.464Breath Volume 04:55

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.000Subject Sample 04:58

3.773Breath Volume 04:58

0.000Air Blank 04:58

0.081Control Test 04:59

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 04/02/2017 21:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:1104/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:12

17:29

Seminole County SO

ARIAS,JONATHON

01/14/2018

1789170

Winter Springs PD

MEADOWS,SHAWN,M

SANTA RODRIGUEZ

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:36

0.000Air Blank 18:36

0.080Control Test 18:36

0.000Air Blank 18:37

# 1 0.253Subject Sample 18:38

1.343Breath Volume 18:38

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2 0.258Subject Sample 18:41

1.425Breath Volume 18:41

0.000Air Blank 18:42

0.080Control Test 18:42

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 04/02/2017 21:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4804/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:24

Seminole County SO

MEADOWS,SHAWN

01/14/2018

1789170

Seminole County SO

BERRIOS,STEPHANIE,A

MINTER

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.126Subject Sample 03:22

2.371Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:24

# 2 0.125Subject Sample 03:25

1.679Breath Volume 03:25

0.000Air Blank 03:25

0.081Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 04/02/2017 21:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:26:5304/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

14:17

Seminole County SO

RENNISH,DAVID

01/14/2018

1789170

Seminole County SO

SIMMENS,ADAM,J

WALSH

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:20

0.000Air Blank 16:21

0.081Control Test 16:21

0.000Air Blank 16:22

# 1 0.198Subject Sample 16:22

3.378Breath Volume 16:22

0.000Air Blank 16:23

0.000Air Blank 16:24

# 2 0.204Subject Sample 16:25

2.949Breath Volume 16:25

0.000Air Blank 16:25

0.080Control Test 16:26

0.000Air Blank 16:26

OKDiagnostics Check 16:26

Data Download Date/Time: 04/02/2017 21:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:0304/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:14

Seminole County SO

MATRE,BRENT

01/14/2018

1789170

Seminole County SO

GARCIA,RAY,

SOLLEY

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

# 1 0.242Subject Sample 00:24

1.781Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.239Subject Sample 00:27

1.679Breath Volume 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:29

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:5404/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:24

Seminole County SO

MANSO,CRISTOBAL

01/14/2018

1789170

Sanford PD

BETHAM,KEITH,D

PETERSON

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.082Control Test 05:10

0.000Air Blank 05:10

# 1Subject Sample 05:13 No Sample Provided

0.000Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2Subject Sample 05:16 Subject Test Refused

0.000Breath Volume 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:2404/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:18

Seminole County SO

FERGUSON,RICHARD

01/14/2018

1789170

Winter Springs PD

BERRIOS,STEPHANIE,A

CANCINO

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.081Control Test 03:02

0.000Air Blank 03:03

# 1 0.149Subject Sample 03:03

1.980Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.149Subject Sample 03:06

1.496Breath Volume 03:06

0.000Air Blank 03:07

0.082Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0204/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:12

Seminole County SO

MOORE,ANDREW

01/14/2018

1789170

Maitland PD

BERRIOS,STEPHANIE,A

GONZALES

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

# 1 0.225Subject Sample 03:19

2.773Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.224Subject Sample 03:22

2.386Breath Volume 03:22

0.000Air Blank 03:23

0.082Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:24

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:2404/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:30

Seminole County SO

KINKOPF,TIMOTHY

01/14/2018

1789170

Seminole County SO

BERRIOS,STEPHANIE,A

ZOUAIN

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:35

# 1 0.178Subject Sample 04:36

1.554Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.179Subject Sample 04:39

1.488Breath Volume 04:39

0.000Air Blank 04:40

0.081Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:2504/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:03

Seminole County SO

BELT,WILLIAM

01/14/2018

1789170

Altamonte Springs PD

GARCIA,RAY,

VASQUEZ

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:06

# 1 0.110Subject Sample 04:07

1.773Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:09

# 2 0.111Subject Sample 04:10

2.296Breath Volume 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:2804/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:05

Seminole County SO

DAIL,EDD

01/14/2018

1789170

Oviedo PD

COWAN,KATIE,F

POWERS

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:17

# 1 0.088Subject Sample 03:18

3.367Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.088Subject Sample 03:22

2.949Breath Volume 03:22

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3804/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:36

Seminole County SO

BURNETT,WINSTON

01/14/2018

1789170

FHP Troop D

COWAN,KATIE,F

NORRAVONG

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

# 1 0.113Subject Sample 03:49

2.070Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.108Subject Sample 03:52

1.265Breath Volume 03:52

0.000Air Blank 03:52

0.081Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:0204/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:30

Casselberry PD

MADISON,JEFFERY

01/14/2018

1789170

Seminole County SO

COLBURN,MEGAN,E

THOMAS

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.081Control Test 20:00

0.000Air Blank 20:00

# 1 0.184Subject Sample 20:01

1.484Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:03

# 2 0.191Subject Sample 20:04

1.667Breath Volume 20:04

0.000Air Blank 20:05

0.082Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:06

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:4704/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:31

Seminole County SO

ESCUDERO,MADELYN

01/14/2018

1789170

Oviedo PD

BERRIOS,STEPHANIE,A

ZAYAS

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:37

# 1 0.182Subject Sample 03:38

1.527Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:40

# 2 0.169Subject Sample 03:41

1.937Breath Volume 03:41

0.000Air Blank 03:41

0.081Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:4204/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:59

Seminole County SO

SPENCER,JOHN

01/14/2018

1789170

Seminole County SO

BETHAM,KEITH,D

HAYES

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1 0.172Subject Sample 03:58 Volume Not Met

0.292Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2 0.177Subject Sample 04:04 Volume Not Met

0.398Breath Volume 04:04

0.000Air Blank 04:04

0.080Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0104/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:59

Seminole County SO

SPENCER,JOHN

01/14/2018

1789170

Seminole County SO

BETHAM,KEITH,D

HAYES

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:08

# 1 0.226Subject Sample 04:10

2.496Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.224Subject Sample 04:13

1.332Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:15

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:3704/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:03

Seminole County SO

LYONNAIS,AMANDA

01/14/2018

1789170

Seminole County SO

GARCIA,RAY,

HERNANDEZ BURGOS

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.081Control Test 23:03

0.000Air Blank 23:04

# 1 0.236Subject Sample 23:05

1.750Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.235Subject Sample 23:11

1.992Breath Volume 23:11

0.000Air Blank 23:11

0.082Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:2604/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:32

16:33

Seminole County SO

ARAGON-VELA,ERIK

01/14/2018

1789170

Seminole County SO

MEADOWS,SHAWN,M

RUIZ

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.081Control Test 17:56

0.000Air Blank 17:56

# 1 0.287Subject Sample 17:57

1.316Breath Volume 17:57

0.000Air Blank 17:58

0.000Air Blank 18:00

# 2 0.298Subject Sample 18:00

2.152Breath Volume 18:00

0.000Air Blank 18:01

0.080Control Test 18:01

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:4504/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:19

Seminole County SO

DRAUGHON,BOBBY

01/14/2018

1789170

Oviedo PD

COWAN,KATIE,F

ANDRE ST FLEUR

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

# 1 0.000Subject Sample 00:34

2.949Breath Volume 00:34

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.000Subject Sample 00:37

2.433Breath Volume 00:37

0.000Air Blank 00:37

0.082Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4804/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:01

Seminole County SO

MOSELEY,SCOTT

01/14/2018

1789170

Oviedo PD

BETHAM,KEITH,D

PIERRE

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:02

# 1Subject Sample 04:04 Sequence Aborted

0.000Breath Volume 04:04

0.000Air Blank 04:04

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:2904/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:01

Seminole County SO

MOSELEY,SCOTT

01/14/2018

1789170

Oviedo PD

BETHAM,KEITH,D

PIERRE

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

# 1 0.116Subject Sample 04:26 Volume Not Met

0.472Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:0704/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:36

Seminole County SO

GRAHAM,KEYLAN

01/14/2018

1789170

Winter Springs PD

GARCIA,RAY,

HENDERLONG

03/31/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:24

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:25

# 1 0.212Subject Sample 05:25

1.472Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.211Subject Sample 05:28

1.539Breath Volume 05:28

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 04/28/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:4304/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:52

Satellite Beach PD

CLAY,AMBERLY

12/05/2019

646645

Satellite Beach PD

CLAY,AMBERLY,L

PARSONS

03/31/2017

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.080Control Test 20:28

0.000Air Blank 20:28

# 1 0.000Subject Sample 20:29

2.000Breath Volume 20:29

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.000Subject Sample 20:32

1.714Breath Volume 20:32

0.000Air Blank 20:32

0.079Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 05/01/2017 20:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:2604/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:35

Satellite Beach PD

MARTINEZ,PHILIP

12/05/2019

646645

Satellite Beach PD

MCCRANN,SEAN,M

MILLER

03/31/2017

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.081Control Test 03:11

0.000Air Blank 03:11

# 1 0.166Subject Sample 03:12

1.339Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.172Subject Sample 03:15

2.308Breath Volume 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 05/01/2017 20:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:2004/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

05:38

Satellite Beach PD

TRIEBELL,DON

12/05/2019

646645

Satellite Beach PD

TRIEBELL,DON,R

SMITH

03/31/2017

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:37

0.000Air Blank 06:38

0.081Control Test 06:38

0.000Air Blank 06:38

# 1 0.210Subject Sample 06:39

2.691Breath Volume 06:39

0.000Air Blank 06:40

0.000Air Blank 06:42

# 2 0.212Subject Sample 06:42

2.648Breath Volume 06:42

0.000Air Blank 06:43

0.080Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 05/01/2017 20:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:2004/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:42

Pinellas County SO

KASELAK,STEPHEN

08/16/2018

AG622905

Pinellas County SO

KASELAK,STEPHEN,G

BLEVIN

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:4904/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

05:10

Pinellas County SO

BLAIR,RONALD

08/16/2018

AG622905

Pinellas County SO

BLAIR,RONALD,J

MCKAUGHAN

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

# 1 0.152Subject Sample 05:48

2.171Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:50

# 2 0.147Subject Sample 05:51

1.964Breath Volume 05:51

0.000Air Blank 05:51

0.079Control Test 05:52

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:53:2404/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

09:50

FHP Troop C

GOODNIGHT,MICHAEL

08/16/2018

AG622905

FHP Troop C

GOODNIGHT,MICHAEL,E

TURNER

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:41

0.000Air Blank 10:42

0.080Control Test 10:42

0.000Air Blank 10:43

# 1 0.103Subject Sample 10:46 Volume Not Met

0.242Breath Volume 10:46

0.000Air Blank 10:46

0.000Air Blank 10:48

# 2 0.093Subject Sample 10:51 Volume Not Met

0.117Breath Volume 10:51

0.000Air Blank 10:52

0.080Control Test 10:52

0.000Air Blank 10:53

OKDiagnostics Check 10:53

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:3604/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:23

Pinellas County SO

BLAIR,RONALD

08/16/2018

AG622905

Pinellas County SO

BLAIR,RONALD,J

PIERCE

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.080Control Test 04:13

0.000Air Blank 04:13

# 1 0.143Subject Sample 04:14

1.906Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.148Subject Sample 04:18

1.886Breath Volume 04:18

0.000Air Blank 04:18

0.080Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:3704/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:00

FHP Troop C

PREMRU,KIP

08/16/2018

AG622905

FHP Troop C

PREMRU,KIP,E

SAMPLE

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:02

# 1 0.257Subject Sample 23:05 Volume Not Met

0.050Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.242Subject Sample 23:08

1.210Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 3 0.241Subject Sample 23:12

1.183Breath Volume 23:12

0.000Air Blank 23:12

0.077Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:1504/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:34

Pinellas County SO

HORNING,P

08/16/2018

AG622905

Pinellas County SO

HORNING,PETER,T

DISTEFANO

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:5304/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:47

Pinellas County SO

ALVAREZ,MICHAEL

08/16/2018

AG622905

Pinellas County SO

HORNING,PETER,T

JONES

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.078Control Test 01:34

0.000Air Blank 01:34

# 1 0.197Subject Sample 01:37 Volume Not Met

0.640Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.201Subject Sample 01:41

1.828Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 3 0.212Subject Sample 01:44

2.003Breath Volume 01:44

0.000Air Blank 01:44

0.078Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4604/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:36

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

HALEY

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.348Subject Sample 01:23

2.609Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.339Subject Sample 01:26

2.789Breath Volume 01:26

0.000Air Blank 01:26

0.078Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:4304/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

04:29

Pinellas County SO

RICOTILLI,JOSHUA

08/16/2018

AG622905

Pinellas County SO

HORNING,PETER,T

BOSTON

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:39

0.000Air Blank 05:39

0.079Control Test 05:39

0.000Air Blank 05:40

# 1 0.162Subject Sample 05:41

2.625Breath Volume 05:41

0.000Air Blank 05:41

0.000Air Blank 05:43

# 2 0.158Subject Sample 05:44

2.339Breath Volume 05:44

0.000Air Blank 05:44

0.079Control Test 05:45

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1804/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:49

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTO,D

BALSEIRO

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1Subject Sample 01:32 No Sample Provided

0.000Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2Subject Sample 01:37 No Sample Provided

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:2904/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:27

Pinellas County SO

BLAIR,RONALD

08/16/2018

AG622905

Pinellas County SO

BLAIR,RONALD,J

STOKES

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.073Subject Sample 02:21

1.429Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.075Subject Sample 02:25

1.800Breath Volume 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5004/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

03:01

Pinellas County SO

GALATI,VINCENZO

08/16/2018

AG622905

Pinellas County SO

GALATI,VINCENZO,F

HERNANDEZ MUTHE

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

# 1 0.075Subject Sample 03:13

1.527Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.074Subject Sample 03:16

1.117Breath Volume 03:16

0.000Air Blank 03:16

0.079Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2704/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:12

Pinellas County SO

KASELAK,STEPHEN

08/16/2018

AG622905

Pinellas County SO

KASELAK,STEPHEN,G

RAMOS

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.192Subject Sample 03:29

2.242Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.192Subject Sample 03:31

2.625Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:5204/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:36

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

NIRSCHEL

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.080Control Test 00:25

0.000Air Blank 00:25

# 1 0.211Subject Sample 00:27

1.777Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.216Subject Sample 00:30

1.281Breath Volume 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1704/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:44

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

SANCHEZ-VELAZQUEZ

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:23

# 1 0.209Subject Sample 03:24

1.285Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.208Subject Sample 03:27

2.464Breath Volume 03:27

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4204/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:19

Pinellas County SO

LEATHERS,NATHAN

08/16/2018

AG622905

Pinellas County SO

MORRIS,BRIDGETT,A

WAGNER

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.079Control Test 23:11

0.000Air Blank 23:11

# 1 0.165Subject Sample 23:12

1.835Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.169Subject Sample 23:15

1.660Breath Volume 23:15

0.000Air Blank 23:15

0.079Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:4404/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:36

Pinellas County SO

BASSOUS,AFRAM

08/16/2018

AG622905

Pinellas County SO

GRIFFIN,KYLE,A

SLAYTON

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.080Control Test 19:34

0.000Air Blank 19:34

# 1 0.219Subject Sample 19:37

2.265Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:39

# 2 0.200Subject Sample 19:41

1.925Breath Volume 19:41

0.000Air Blank 19:41

0.079Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:3804/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:21

Pinellas County SO

SKALKO,RYAN

08/16/2018

AG622905

Pinellas County SO

HORNING,PETER,T

RESTER

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

# 1Subject Sample 22:29 Subject Test Refused

0.000Breath Volume 22:29

0.000Air Blank 22:29

0.079Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0104/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:05

Pinellas County SO

FOSTER,ALEXANDER

08/16/2018

AG622905

Pinellas County SO

HORNING,PETER,T

ESPINOSA

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.079Control Test 22:50

0.000Air Blank 22:50

# 1 0.326Subject Sample 22:51

2.078Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:53

# 2 0.324Subject Sample 22:54

1.910Breath Volume 22:54

0.000Air Blank 22:55

0.077Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:56

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:2704/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:36

Pinellas County SO

HANNA,JANE

08/16/2018

AG622905

Pinellas County SO

GRIFFIN,KYLE,A

MONKS

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

# 1 0.196Subject Sample 04:46

2.523Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.211Subject Sample 04:48

2.074Breath Volume 04:48

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:4304/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:15

Pinellas County SO

FOSTER,ALEXANDER

08/16/2018

AG622905

Pinellas County SO

HORNING,PETER,T

TRAFICANTE

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:07

# 1 0.154Subject Sample 22:08

1.503Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.152Subject Sample 22:12

1.367Breath Volume 22:12

0.000Air Blank 22:12

0.079Control Test 22:13

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:3004/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:01

Pinellas County SO

AMATRUDA,CHRIS

08/16/2018

AG622905

Pinellas County SO

AMATRUDA,CHRIS,G

WILSON

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.078Control Test 21:57

0.000Air Blank 21:58

# 1 0.098Subject Sample 21:58

1.320Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.092Subject Sample 22:02

1.277Breath Volume 22:02

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:4804/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:01

Pinellas County SO

AMATRUDA,CHRIS

08/16/2018

AG622905

Pinellas County SO

AMATRUDA,CHRIS,G

CASTLEBERRY

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

# 1 0.125Subject Sample 01:46 Volume Not Met

0.101Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.133Subject Sample 01:50

1.417Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 3 0.138Subject Sample 01:55

1.593Breath Volume 01:55

0.000Air Blank 01:55

0.079Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 04/15/2017 22:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:1104/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:48

Pinellas County SO

GRIFFIN,KYLE

08/16/2018

AG622905

Pinellas County SO

GRIFFIN,KYLE,A

MERKEL

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.079Control Test 00:32

0.000Air Blank 00:32

# 1Subject Sample 00:32 Subject Test Refused

0.000Breath Volume 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2704/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:42

Pinellas County SO

FEIDT,E

08/16/2018

AG622905

Pinellas County SO

DEANE,M,

DOCTOR

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:31

# 1 0.172Subject Sample 03:32

1.359Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.190Subject Sample 03:35

1.406Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:0404/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:51

FHP Troop C

POULIN,D

08/16/2018

AG622905

FHP Troop C

POULIN,D,M

JOHNSON

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.148Subject Sample 00:55

1.656Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:57

# 2 0.151Subject Sample 00:58

1.226Breath Volume 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 01:00

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2204/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:26

Pinellas County SO

CURRY,RICHARD

08/16/2018

AG622905

Pinellas County SO

HORNING,PETER,T

ROJAS

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:09:3704/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:12

FHP Troop C

REFUSE,RONY

08/16/2018

AG622905

FHP Troop C

REFUSE,RONY,

CLARK

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:01

0.000Air Blank 18:02

0.080Control Test 18:02

0.000Air Blank 18:03

# 1 0.000Subject Sample 18:05

1.394Breath Volume 18:05

0.000Air Blank 18:05

0.000Air Blank 18:07

# 2 0.000Subject Sample 18:08

1.476Breath Volume 18:08

0.000Air Blank 18:08

0.080Control Test 18:09

0.000Air Blank 18:09

OKDiagnostics Check 18:09

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:00:2604/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:36

14:57

Pinellas County SO

HELLER,DARREN

08/16/2018

AG622905

Pinellas County SO

SHORT,WILLIAM,C

WHITE

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:56

0.000Air Blank 15:56

0.080Control Test 15:57

0.000Air Blank 15:57

# 1Subject Sample 15:59 Subject Test Refused

0.000Breath Volume 15:59

0.000Air Blank 15:59

0.080Control Test 15:59

0.000Air Blank 16:00

OKDiagnostics Check 16:00

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:2404/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:26

Pinellas County SO

GALATI,VINCENZO

08/16/2018

AG622905

Pinellas County SO

GALATI,VINCENZO,F

BOLANZ III

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:05

# 1Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1304/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:27

Pinellas County SO

SUDBRINK,BRIAN

08/16/2018

AG622905

Pinellas County SO

SUDBRINK,BRIAN,J

THOMPSON

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:5704/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:13

Pinellas County SO

WHITEHURST,WYETH

08/16/2018

AG622905

Pinellas County SO

GRIFFIN,KYLE,A

ARAUJO

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

# 1 0.015Subject Sample 02:00

2.601Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.013Subject Sample 02:03

2.421Breath Volume 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0504/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:49

Pinellas County SO

BERGER,CHARLES

08/16/2018

AG622905

Pinellas County SO

FOSTER,KELLY,M

FOSTER

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.161Subject Sample 03:31

1.871Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.162Subject Sample 03:34

2.171Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:36

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:5904/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:04

FHP Troop C

REFUSE,RONY

08/16/2018

AG622905

FHP Troop C

REFUSE,RONY,

KIETA

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:41

# 1 0.214Subject Sample 21:42

2.421Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.218Subject Sample 21:45

1.761Breath Volume 21:45

0.000Air Blank 21:46

0.079Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3604/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:16

Pinellas County SO

SKALKO,RYAN

08/16/2018

AG622905

Pinellas County SO

HORNING,PETER,T

VAUGHN

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.080Control Test 01:22

0.000Air Blank 01:22

# 1 0.024Subject Sample 01:23

1.730Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.023Subject Sample 01:26

1.796Breath Volume 01:26

0.000Air Blank 01:26

0.080Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:5104/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:28

Pinellas County SO

BLAKE,JONATHAN

08/16/2018

AG622905

Pinellas County SO

BLAKE,JONATHAN,S

BONNEY

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.193Subject Sample 03:01

2.500Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.196Subject Sample 03:05

1.519Breath Volume 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:4604/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:48

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

MASTIN

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

# 1 0.249Subject Sample 01:38

1.640Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.250Subject Sample 01:42

1.507Breath Volume 01:42

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:59:1604/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:29

11:45

Pinellas County SO

SIEM,DIMAS

08/16/2018

AG622905

Pinellas County SO

PIERCE,SCOTT,A

KELLY

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:52

0.000Air Blank 12:53

0.080Control Test 12:53

0.000Air Blank 12:54

# 1 0.000Subject Sample 12:54

2.675Breath Volume 12:54

0.000Air Blank 12:55

0.000Air Blank 12:57

# 2 0.000Subject Sample 12:57

1.527Breath Volume 12:57

0.000Air Blank 12:58

0.080Control Test 12:58

0.000Air Blank 12:59

OKDiagnostics Check 12:59

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2404/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:24

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

HAMMOND

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:16 No Sample Provided

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2Subject Sample 02:22 No Sample Provided

0.000Breath Volume 02:22

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5604/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:04

Pinellas County SO

BLAIR,RONALD

08/16/2018

AG622905

Pinellas County SO

BLAIR,RONALD,J

FREEMAN

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

# 1 0.098Subject Sample 02:45

1.652Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:47

# 2 0.094Subject Sample 02:48

1.890Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2304/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:36

Pinellas County SO

GALATI,VINCENZO

08/16/2018

AG622905

Pinellas County SO

GALATI,VINCENZO,F

NASH

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.000Subject Sample 03:25

1.328Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.000Subject Sample 03:28

1.691Breath Volume 03:28

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:5304/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:39

Pinellas County SO

BLUMBURG,CHARLES

08/16/2018

AG622905

Pinellas County SO

KASELAK,STEPHEN,G

GREGORCY

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:53

# 1 0.083Subject Sample 22:53

2.152Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:55

# 2 0.084Subject Sample 22:56

2.546Breath Volume 22:56

0.000Air Blank 22:56

0.080Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:3404/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:31

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

BEYERS

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

# 1Subject Sample 00:18 No Sample Provided

0.000Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2Subject Sample 00:24 No Sample Provided

0.000Breath Volume 00:24

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3104/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:45

Pinellas County SO

AMATRUDA,CHRIS

08/16/2018

AG622905

Pinellas County SO

AMATRUDA,CHRIS,G

LINVILLE

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:43

# 1Subject Sample 00:44 Subject Test Refused

0.000Breath Volume 00:44

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:3204/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:18

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

SZOMOR

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:50

# 1 0.298Subject Sample 01:52

1.292Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.293Subject Sample 01:55

1.683Breath Volume 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:0504/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:52

Pinellas County SO

BLAIR,RONALD

08/16/2018

AG622905

Pinellas County SO

BLAIR,RONALD,J

STEINER

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:3104/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:33

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

KNIGHT

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.081Control Test 05:18

Air Blank 05:19 RFI Detect

0.000Air Blank 05:19

Data Download Date/Time: 05/10/2017 22:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:2104/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:33

Pinellas County SO

PERSAUD,COMPTON

08/16/2018

AG622905

Pinellas County SO

PERSAUD,COMPTON,D

KNIGHT

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.081Control Test 05:21

0.000Air Blank 05:22

# 1 0.188Subject Sample 05:22

1.453Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:25

# 2 0.189Subject Sample 05:25

1.421Breath Volume 05:25

0.000Air Blank 05:26

0.080Control Test 05:26

0.000Air Blank 05:27

OKDiagnostics Check 05:27

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:0304/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:09

Pinellas County SO

AMATRUDA,CHRIS

08/16/2018

AG622905

Pinellas County SO

AMATRUDA,CHRIS,G

KAMMERDINER

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 00:59

# 1 0.164Subject Sample 01:00

1.257Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:02

# 2 0.157Subject Sample 01:03

1.480Breath Volume 01:03

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:05

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:3804/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:02

Gulfport PD

MILLS,ZACHARY

10/24/2018

AG629802

Gulfport PD

MILLS,ZACHARY,B

MELE

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:07

# 1Subject Sample 05:07 Subject Test Refused

0.000Breath Volume 05:07

0.000Air Blank 05:07

0.079Control Test 05:08

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 04/15/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:2204/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:26

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

JACOBS

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.079Control Test 03:25

0.000Air Blank 03:25

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 04/15/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5804/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:26

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

JOEL

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.079Control Test 04:16

0.000Air Blank 04:16

# 1 0.173Subject Sample 04:17

1.203Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.171Subject Sample 04:20

1.511Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 04/15/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:1004/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:26

15:45

Pinellas County SO

BAKOMIHALIS,CHRISTOS

10/24/2018

AG629802

Pinellas County SO

EVARTS,JASON,R

COPELAND

03/18/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:47

0.000Air Blank 16:47

0.078Control Test 16:47

0.000Air Blank 16:48

# 1Subject Sample 16:48 Subject Test Refused

0.000Breath Volume 16:48

0.000Air Blank 16:49

0.080Control Test 16:49

0.000Air Blank 16:50

OKDiagnostics Check 16:50

Data Download Date/Time: 04/15/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:1304/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:19

Pinellas County SO

HOLE,S

10/24/2018

AG629802

Pinellas County SO

HOLE,S,A

ULBRICH

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

# 1 0.193Subject Sample 22:08

2.714Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.200Subject Sample 22:11

1.488Breath Volume 22:11

0.000Air Blank 22:12

0.079Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 05/10/2017 20:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:12:0904/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:45

09:55

Pinellas County SO

WEST,STEPHEN

10/24/2018

AG629802

Pinellas County SO

WEST,STEPHEN,M

BECKER-SHEEHAN

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:06

0.000Air Blank 11:06

0.079Control Test 11:06

0.000Air Blank 11:07

# 1 0.033Subject Sample 11:07

3.175Breath Volume 11:07

0.000Air Blank 11:08

0.000Air Blank 11:10

# 2 0.033Subject Sample 11:10

2.648Breath Volume 11:10

0.000Air Blank 11:11

0.079Control Test 11:11

0.000Air Blank 11:12

OKDiagnostics Check 11:12

Data Download Date/Time: 05/10/2017 20:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:3904/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:41

Pinellas County SO

RICOTTILLI,J

10/24/2018

AG629802

Pinellas County SO

GALATI,VINCENZO,F

SHAW

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:42

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:42

0.079Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 05/10/2017 20:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3104/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:26

Indialantic PD

VERDEROSA,TIFFANY

02/05/2018

01316080A1

Indialantic PD

VERDEROSA,TIFFANY,M

LESTER

03/03/2017

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.077Control Test 23:02

0.000Air Blank 23:03

# 1 0.286Subject Sample 23:04

2.871Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.298Subject Sample 23:06

2.863Breath Volume 23:06

0.000Air Blank 23:07

0.078Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 04/13/2017 16:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:13:4404/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:15

11:15

Haines City PD

PACHECO,RICARDO

01/23/2020

684131

Haines City PD

FEDORKO,JAMES,P

FEDORKO

03/19/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:07

0.000Air Blank 12:08

0.082Control Test 12:08

0.000Air Blank 12:09

# 1 0.000Subject Sample 12:09

4.101Breath Volume 12:09

0.000Air Blank 12:09

0.000Air Blank 12:11

# 2 0.000Subject Sample 12:12

3.886Breath Volume 12:12

0.000Air Blank 12:12

0.082Control Test 12:13

0.000Air Blank 12:13

OKDiagnostics Check 12:13

Data Download Date/Time: 04/27/2017 01:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:38:4504/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

13:45

14:30

Haines City PD

JACKSON,CHRISTOPHER

01/23/2020

684131

Haines City PD

JACKSON,CHRISTOPHE,M

FEDORKO

03/19/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:32

0.000Air Blank 14:33

0.082Control Test 14:33

0.000Air Blank 14:34

# 1 0.000Subject Sample 14:34

4.015Breath Volume 14:34

0.000Air Blank 14:35

0.000Air Blank 14:37

# 2 0.000Subject Sample 14:37

3.636Breath Volume 14:37

0.000Air Blank 14:37

0.079Control Test 14:38

0.000Air Blank 14:38

OKDiagnostics Check 14:38

Data Download Date/Time: 04/27/2017 01:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:59:0904/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:00

09:00

Haines City PD

JACKSON,CHRISTOPHER

01/23/2020

684131

Haines City PD

JACKSON,CHRISTOPHER,M

FEDORKO

03/19/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:53

0.000Air Blank 09:53

0.082Control Test 09:54

0.000Air Blank 09:54

# 1 0.000Subject Sample 09:54

3.785Breath Volume 09:54

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.000Subject Sample 09:57

3.882Breath Volume 09:57

0.000Air Blank 09:58

0.080Control Test 09:58

0.000Air Blank 09:59

OKDiagnostics Check 09:59

Data Download Date/Time: 04/27/2017 01:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:0404/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:22

West Melbourne PD

MACKEY,JEREMIAH

10/05/2017

24515080A1

Brevard County SO

POPA,SHANE,Z

GOMEZ

03/28/2017

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:56

0.079Control Test 17:56

0.000Air Blank 17:57

# 1 0.284Subject Sample 17:57

3.195Breath Volume 17:57

0.000Air Blank 17:58

0.000Air Blank 18:00

# 2 0.280Subject Sample 18:00

3.398Breath Volume 18:00

0.000Air Blank 18:01

0.077Control Test 18:01

0.000Air Blank 18:01

OKDiagnostics Check 18:02

Data Download Date/Time: 04/30/2017 15:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:19:2204/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:56

11:56

Brevard County SO

HANIGAN,JOHN

10/05/2017

24515080A1

Brevard County SO

MUSANTE,ANTHONY,

GEORGE

03/28/2017

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:06

0.000Air Blank 13:06

0.078Control Test 13:07

0.000Air Blank 13:07

# 1 0.215Subject Sample 13:10 Volume Not Met

0.472Breath Volume 13:10

0.000Air Blank 13:11

0.000Air Blank 13:13

# 2 0.269Subject Sample 13:14

1.214Breath Volume 13:14

0.000Air Blank 13:14

0.000Air Blank 13:16

# 3 0.263Subject Sample 13:17

2.070Breath Volume 13:17

0.000Air Blank 13:18

0.078Control Test 13:18

0.000Air Blank 13:19

OKDiagnostics Check 13:19

Data Download Date/Time: 04/30/2017 15:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5804/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:03

West Melbourne PD

ABU SOUD,A

10/05/2017

24515080A1

West Melbourne PD

ABU SOUD,AHMAD,A

SCHMITT

03/28/2017

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

# 1 0.258Subject Sample 02:44

2.683Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.257Subject Sample 02:48

2.773Breath Volume 02:48

0.000Air Blank 02:49

0.077Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 04/30/2017 15:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:1004/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:23

Palm Bay PD

HAMILTON,J

10/05/2017

24515080A2

Palm Bay PD

HAMILTON,J,W

KAGILIERY

03/27/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:57 No Sample Provided

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2Subject Sample 01:59 Subject Test Refused

0.000Breath Volume 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 04/23/2017 02:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:49:1004/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:00

09:00

Palm Bay PD

MORGAN,D

10/05/2017

24515080A2

Palm Bay PD

MORGAN,D,

PEREZ

03/27/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:42

0.000Air Blank 09:43

0.080Control Test 09:43

0.000Air Blank 09:44

# 1 0.190Subject Sample 09:44

1.574Breath Volume 09:44

0.000Air Blank 09:45

0.000Air Blank 09:47

# 2 0.183Subject Sample 09:47

2.257Breath Volume 09:47

0.000Air Blank 09:48

0.078Control Test 09:48

0.000Air Blank 09:49

OKDiagnostics Check 09:49

Data Download Date/Time: 04/23/2017 02:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:51:3304/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:18

17:01

Palm Bay PD

PIDGEON,ANDREW

10/05/2017

24515080A2

Palm Bay PD

PIDGEON,ANDREW,W

FRYE

03/27/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:45

0.080Control Test 17:46

0.000Air Blank 17:46

# 1 0.163Subject Sample 17:47

1.816Breath Volume 17:47

0.000Air Blank 17:47

0.000Air Blank 17:49

# 2 0.161Subject Sample 17:50

1.765Breath Volume 17:50

0.000Air Blank 17:50

0.080Control Test 17:50

0.000Air Blank 17:51

OKDiagnostics Check 17:51

Data Download Date/Time: 04/23/2017 02:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4204/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:32

Palm Bay PD

AUSTIN,RYAN

10/05/2017

24515080A2

Palm Bay PD

FREY,ROBERT,P

HUNZIKER

03/27/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.079Control Test 01:14

0.000Air Blank 01:14

# 1 0.263Subject Sample 01:15

2.429Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.254Subject Sample 01:18

2.433Breath Volume 01:18

0.000Air Blank 01:18

0.079Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 04/23/2017 02:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:3204/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:32

Palm Bay PD

HOLLCROFT,D

10/05/2017

24515080A2

Palm Bay PD

FREY,ROBERT,P

ENGLEMAN

03/27/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

# 1 0.185Subject Sample 04:24

1.480Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.188Subject Sample 04:26

1.398Breath Volume 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 04/23/2017 02:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:5204/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:38

Palm Bay PD

ROLPH,AMANDA

10/05/2017

24515080A2

Palm Bay PD

WEST,CHRISTINA,A

BOURSIQUOT

04/23/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1 0.159Subject Sample 04:36

2.847Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:38

# 2 0.158Subject Sample 04:39

2.984Breath Volume 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 05/26/2017 05:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:5404/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:46

Palm Bay PD

HOLLCROFT,DEREK

10/05/2017

24515080A2

Palm Bay PD

FREY,ROBERT,P

SELBERIS

04/23/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

# 1 0.096Subject Sample 22:10

1.921Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:12

# 2 0.093Subject Sample 22:13

2.542Breath Volume 22:13

0.000Air Blank 22:13

0.079Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 05/26/2017 05:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:0004/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:54

Palm Bay PD

HAMILTON,J

10/05/2017

24515080A2

Palm Bay PD

HAMILTON,J,W

LOPEZ

04/23/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

# 1 0.124Subject Sample 00:12

2.609Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.123Subject Sample 00:15

2.187Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:17

Data Download Date/Time: 05/26/2017 05:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0904/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:28

Palm Bay PD

SPAULDING,CODY

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

REEVES

04/23/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1 0.171Subject Sample 03:19

2.667Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.167Subject Sample 03:22

2.589Breath Volume 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 05/26/2017 05:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:3804/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:42

Palm Bay PD

GRAY,S

10/05/2017

24515080A2

Palm Bay PD

FREY,ROBERT,P

KELLAR

04/23/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

# 1 0.168Subject Sample 01:39

1.246Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.152Subject Sample 01:43

1.246Breath Volume 01:43

0.000Air Blank 01:43

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 05/26/2017 05:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:2404/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:51

16:39

Palm Bay PD

PIDGEON,ANDREW

10/05/2017

24515080A2

Palm Bay PD

PIDGEON,ANDREW,W

AUGUSTINI

04/23/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 17:24

0.000Air Blank 17:24

0.080Control Test 17:25

0.000Air Blank 17:25

# 1 0.000Subject Sample 17:25

1.750Breath Volume 17:25

0.000Air Blank 17:26

0.000Air Blank 17:28

# 2 0.000Subject Sample 17:29

2.046Breath Volume 17:29

0.000Air Blank 17:29

0.079Control Test 17:29

0.000Air Blank 17:30

OKDiagnostics Check 17:30

Data Download Date/Time: 05/26/2017 05:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:4204/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:53

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

MACKER

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.079Control Test 00:04

0.000Air Blank 00:04

# 1 0.166Subject Sample 00:07 Volume Not Met

1.066Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.187Subject Sample 00:13

1.730Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 3 0.180Subject Sample 00:18

1.527Breath Volume 00:18

0.000Air Blank 00:18

0.079Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:3604/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:39

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

WALTER

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:15

0.080Control Test 20:16

0.000Air Blank 20:16

# 1 0.196Subject Sample 20:17

1.660Breath Volume 20:17

0.000Air Blank 20:17

0.000Air Blank 20:19

# 2 0.199Subject Sample 20:20

1.625Breath Volume 20:20

0.000Air Blank 20:20

0.079Control Test 20:21

0.000Air Blank 20:21

OKDiagnostics Check 20:21

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2804/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:13

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

SAFFLE

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

# 1Subject Sample 23:51 No Sample Provided

0.000Breath Volume 23:51

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2Subject Sample 23:54 Subject Test Refused

0.000Breath Volume 23:54

0.000Air Blank 23:54

0.079Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3804/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:58

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

GONZALEZ

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:0904/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:11

05:46

Pinellas Park PD

BRUNER,SEAN

05/05/2018

09216080A2

Kenneth City PD

MAZZELLA,JOSEPH,T

VAZQUEZ

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:33

0.000Air Blank 06:33

0.079Control Test 06:34

0.000Air Blank 06:34

# 1Subject Sample 06:34 Subject Test Refused

0.000Breath Volume 06:34

0.000Air Blank 06:35

0.079Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:1804/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:35

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

THOMPSON

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.080Control Test 22:06

0.000Air Blank 22:06

# 1 0.133Subject Sample 22:09 Volume Not Met

0.464Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.178Subject Sample 22:14

1.242Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:16

# 3 0.183Subject Sample 22:18

1.351Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1504/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:55

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

STYLES

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

# 1Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:3204/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:55

Pinellas Park PD

BOYLE,THOMAS

05/05/2018

09216080A2

Pinellas Park PD

BOYLE,THOMAS,E

MOULD

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.079Control Test 23:35

0.000Air Blank 23:35

# 1 0.166Subject Sample 23:36

1.941Breath Volume 23:36

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.162Subject Sample 23:39

1.460Breath Volume 23:39

0.000Air Blank 23:39

0.079Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:5304/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:42

17:34

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

MCDONALD

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:02

0.000Air Blank 18:03

0.079Control Test 18:03

0.000Air Blank 18:04

# 1 0.290Subject Sample 18:07 Volume Not Met

0.636Breath Volume 18:07

0.000Air Blank 18:07

0.000Air Blank 18:09

# 2 0.296Subject Sample 18:10

1.687Breath Volume 18:10

0.000Air Blank 18:10

0.000Air Blank 18:12

# 3 0.301Subject Sample 18:13

1.378Breath Volume 18:13

0.000Air Blank 18:13

0.079Control Test 18:14

0.000Air Blank 18:14

OKDiagnostics Check 18:14

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:3604/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

21:25

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

HODECKER

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

# 1 0.000Subject Sample 21:55

1.351Breath Volume 21:55

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.000Subject Sample 21:58

1.394Breath Volume 21:58

0.000Air Blank 21:58

0.079Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:5704/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:59

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

SISLER

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:41

# 1 0.085Subject Sample 21:42

2.253Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.078Subject Sample 21:45

1.511Breath Volume 21:45

0.000Air Blank 21:46

0.080Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:2704/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:02

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

STEELE

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:37

0.000Air Blank 03:37

# 1 0.165Subject Sample 03:38

2.421Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.161Subject Sample 03:40

1.937Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1504/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:32

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

GOODWIN

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

# 1Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1904/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:47

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

FERGUSON

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:21

# 1 0.058Subject Sample 02:23

1.343Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.058Subject Sample 02:28

1.488Breath Volume 02:28

0.000Air Blank 02:29

0.083Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5204/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:39

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

SOELLER

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

# 1 0.203Subject Sample 02:12

2.062Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.197Subject Sample 02:15

1.859Breath Volume 02:15

0.000Air Blank 02:15

0.078Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3504/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:45

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

RAPPAPORT-BREINGAN

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.079Control Test 03:17

0.000Air Blank 03:17

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:3004/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:06

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

ZARATE

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.078Control Test 04:45

0.000Air Blank 04:46

# 1 0.196Subject Sample 04:47

1.554Breath Volume 04:47

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.204Subject Sample 04:50

2.675Breath Volume 04:50

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:3904/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

23:15

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

OTTO

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

# 1 0.291Subject Sample 23:43

2.261Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:45

# 2 0.288Subject Sample 23:47

2.093Breath Volume 23:47

0.000Air Blank 23:47

0.080Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:3604/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:11

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

TELLER JR

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:52

0.078Control Test 04:53

0.000Air Blank 04:53

# 1 0.151Subject Sample 04:55

1.312Breath Volume 04:55

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.139Subject Sample 04:59

1.207Breath Volume 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:1504/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:55

16:55

Highlands County SO

SPENCER,SHANE

06/05/2018

12716080A6

Highlands County SO

SPENCER,SHANE,

MATHIS

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:21

0.000Air Blank 17:21

0.078Control Test 17:21

0.000Air Blank 17:22

# 1 0.000Subject Sample 17:22

2.714Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2 0.000Subject Sample 17:25

2.269Breath Volume 17:25

0.000Air Blank 17:26

0.078Control Test 17:26

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 05/28/2017 08:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:5004/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:04

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

GALVEZ

03/21/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:44

0.080Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 04/24/2017 12:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:2404/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:45

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

CASSIDY

03/21/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:28

# 1Subject Sample 22:29 Subject Test Refused

0.000Breath Volume 22:29

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 04/24/2017 12:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:3404/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:16

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

BISHOP

03/21/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:06

# 1 0.135Subject Sample 21:08

1.164Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.127Subject Sample 21:12

1.625Breath Volume 21:12

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 04/24/2017 12:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3804/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:53

Coconut Creek Pub Sf

MORALES,DAVID

06/10/2017

1694353

Coconut Creek Pub Sf

MORALES,DAVID,J

GRANT

03/21/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.079Control Test 22:03

0.000Air Blank 22:03

# 1 0.263Subject Sample 22:04

3.308Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.259Subject Sample 22:07

3.199Breath Volume 22:07

0.000Air Blank 22:07

0.079Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 04/24/2017 12:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:1704/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:43

Coconut Creek Pub Sf

MORALES,DAVID

06/10/2017

1694353

Coconut Creek Pub Sf

MORALES,DAVID,J

HARRIGAN

03/21/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.080Control Test 05:41

0.000Air Blank 05:41

# 1Subject Sample 05:41 Subject Test Refused

0.000Breath Volume 05:41

0.000Air Blank 05:42

0.080Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 04/24/2017 12:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:3304/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:56

Coconut Creek Pub Sf

CAPALDI,JUSTINE

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

HENRY

03/21/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

# 1 0.332Subject Sample 03:37

2.132Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.327Subject Sample 03:40

2.339Breath Volume 03:40

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 04/24/2017 12:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:1304/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:43

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

LOPEZ-ARRASTIA

03/21/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.078Control Test 00:25

0.000Air Blank 00:25

# 1 0.248Subject Sample 00:25

2.621Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.256Subject Sample 00:28

2.968Breath Volume 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 04/24/2017 12:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:1304/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:16

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

KHAN

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.079Control Test 23:00

0.000Air Blank 23:00

# 1 0.188Subject Sample 23:02

1.617Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.142Subject Sample 23:05

1.269Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 3 0.170Subject Sample 23:08

1.207Breath Volume 23:08

0.000Air Blank 23:09

0.079Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 05/29/2017 11:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4804/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:24

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

HAJJAR

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

# 1 0.069Subject Sample 03:05

1.308Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.065Subject Sample 03:08

1.582Breath Volume 03:08

0.000Air Blank 03:08

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 05/29/2017 11:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:1004/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:33

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

LASSO

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

# 1Subject Sample 04:16 Subject Test Refused

1.050Breath Volume 04:16

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 05/29/2017 11:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0204/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:33

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

VASSILAKIS,GEORGE,E

LASSO

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.079Control Test 04:27

0.000Air Blank 04:27

# 1 0.124Subject Sample 04:30 Volume Not Met

0.281Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2Subject Sample 04:35 Subject Test Refused

0.343Breath Volume 04:35

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4104/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:34

Jacksonville SO

MOSLEY,M

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

GAULDIN

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

# 1Subject Sample 03:43 Subject Test Refused

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.079Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5204/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:10

Jacksonville SO

HOOVER,J

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

NICKERSON-HART

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

# 1 0.178Subject Sample 04:46

1.480Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.167Subject Sample 04:50

1.226Breath Volume 04:50

0.000Air Blank 04:50

0.079Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:2804/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

03:30

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

POPE

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:19

# 1Subject Sample 05:21 Subject Test Refused

0.000Breath Volume 05:21

0.000Air Blank 05:21

0.078Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:2504/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:20

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

ORTAGUS,B,A

SIMMONS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:47

0.079Control Test 19:47

0.000Air Blank 19:48

# 1Subject Sample 19:51 No Sample Provided

0.000Breath Volume 19:51

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.273Subject Sample 19:54

2.503Breath Volume 19:54

0.000Air Blank 19:55

0.000Air Blank 19:56

# 3Subject Sample 20:00 No Sample Provided

0.000Breath Volume 20:00

0.000Air Blank 20:00

0.079Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:2704/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

18:20

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

ORTAGUS,B,A

SIMMONS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.079Control Test 20:21

0.000Air Blank 20:22

# 1 0.265Subject Sample 20:22

2.359Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.254Subject Sample 20:25

1.843Breath Volume 20:25

0.000Air Blank 20:26

0.078Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:1004/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:00

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

MCANDREWS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:55

0.000Air Blank 22:55

# 1Subject Sample 22:55 Subject Test Refused

0.000Breath Volume 22:55

0.000Air Blank 22:56

0.078Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:5204/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

21:45

Jacksonville SO

HOOVER,J

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

WALKER

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.079Control Test 23:36

0.000Air Blank 23:36

# 1 0.083Subject Sample 23:37

1.347Breath Volume 23:37

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.084Subject Sample 23:40

1.234Breath Volume 23:40

0.000Air Blank 23:40

0.079Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:5204/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

01:41

Jacksonville SO

MOSLEY,M

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

PEREZ GUZMAN

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:14

0.079Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:0304/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

03:07

Jacksonville SO

LADUE,S

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

WILLIAMS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:04

# 1 0.000Subject Sample 05:04

3.332Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.000Subject Sample 05:07

3.117Breath Volume 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:08

OKDiagnostics Check 05:09

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:5904/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:35

Jacksonville SO

MOELLER,R

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

GRAYSON

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1 0.124Subject Sample 01:34

1.679Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:36

# 2 0.118Subject Sample 01:37

1.359Breath Volume 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:0704/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

02:26

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

PRISCO MAYERS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1 0.196Subject Sample 04:26

2.300Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.200Subject Sample 04:30

2.523Breath Volume 04:30

0.000Air Blank 04:31

0.079Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:0404/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

19:40

Jacksonville SO

BARTILUCCI,D

08/05/2018

17316080A3

Jacksonville SO

CAUSEY,JOHN,C

KITCHENS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:10

# 1Subject Sample 21:10 Subject Test Refused

0.000Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:12

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:5604/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

00:38

Jacksonville SO

CAMACHO,K

08/05/2018

17316080A3

Neptune Beach PD

PENNINGTON,EMILY,J

BOUGIS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.080Control Test 01:58

0.000Air Blank 01:58

# 1 0.154Subject Sample 02:01 Volume Not Met

0.148Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2Subject Sample 02:06 Subject Test Refused

0.066Breath Volume 02:06

0.000Air Blank 02:07

0.077Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5304/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:08

Jacksonville SO

FARLEY,JOSEPH

08/05/2018

17316080A3

FHP Troop G

SUTTON,BRADEN,J

SKOLE

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.080Control Test 00:38

0.000Air Blank 00:38

# 1 0.112Subject Sample 00:39

1.218Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.117Subject Sample 00:42

1.570Breath Volume 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4104/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:21

Jacksonville SO

HEALY,G

08/05/2018

17316080A3

FHP Troop G

SUTTON,BRADEN,J

PATTERSON

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.011Subject Sample 01:44

1.707Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.010Subject Sample 01:47

2.039Breath Volume 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:3004/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

03:20

Jacksonville SO

KERSHAW,S

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

DAVIS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.080Control Test 05:02

0.000Air Blank 05:02

# 1Subject Sample 05:03 Subject Test Refused

0.000Breath Volume 05:03

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4204/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

23:18

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

WOOLF

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.080Control Test 01:08

0.000Air Blank 01:09

# 1Subject Sample 01:09 Subject Test Refused

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2004/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:05

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

JOHNSON

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

# 1 0.177Subject Sample 02:40

2.535Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.171Subject Sample 02:43

1.613Breath Volume 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:2604/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:00

Jacksonville SO

SOUCEK,C

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

PRIESTLY

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

# 1 0.000Subject Sample 03:40

1.875Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.000Subject Sample 03:43

1.777Breath Volume 03:43

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:4704/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

21:19

Jacksonville SO

BAI,S

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

STEVENSON

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:32

# 1 0.196Subject Sample 23:33

1.773Breath Volume 23:33

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.195Subject Sample 23:36

1.734Breath Volume 23:36

0.000Air Blank 23:36

0.078Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0004/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

00:58

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

BARRY

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1 0.129Subject Sample 02:34

1.796Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.127Subject Sample 02:37

1.703Breath Volume 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:39

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:1004/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

21:50

Jacksonville SO

MOORE,A

08/05/2018

17316080A3

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

ESHELMAN

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

# 1 0.078Subject Sample 00:39

3.937Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.077Subject Sample 00:42

3.773Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5604/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:15

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

LE

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

# 1 0.145Subject Sample 02:55

1.566Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.127Subject Sample 02:59

1.859Breath Volume 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:3804/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

00:01

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

BINKLEY

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

# 1Subject Sample 02:07 Subject Test Refused

0.000Breath Volume 02:07

0.000Air Blank 02:07

0.079Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:0904/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

21:50

Jacksonville SO

HOOVER,J

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

BUTLER

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.080Control Test 23:20

0.000Air Blank 23:20

# 1Subject Sample 23:20 Subject Test Refused

0.000Breath Volume 23:20

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1404/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

01:41

Jacksonville SO

CAMACHO,K

08/05/2018

17316080A3

Neptune Beach PD

SUTTON,BRADEN,J

MANNING

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

# 1 0.161Subject Sample 02:56

1.316Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.131Subject Sample 03:02 Volume Not Met

0.292Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:04

# 3 0.159Subject Sample 03:05

1.707Breath Volume 03:05

0.000Air Blank 03:06

0.077Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 04/13/2017 13:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4104/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:40

Jacksonville SO

GARCIA,J.R.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

WILLIAMS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

# 1Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:57

0.079Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:3904/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:40

Jacksonville SO

CHERENA,F

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

STEPHENS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.149Subject Sample 03:46

2.695Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.159Subject Sample 03:50

3.128Breath Volume 03:50

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:0204/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

03:45

Jacksonville SO

ALWIN,B.K.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPHY,L

ADKINS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.080Control Test 05:32

0.000Air Blank 05:32

# 1 0.251Subject Sample 05:33

2.949Breath Volume 05:33

0.000Air Blank 05:34

0.000Air Blank 05:35

# 2 0.247Subject Sample 05:36

2.460Breath Volume 05:36

0.000Air Blank 05:37

0.079Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:38

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:3804/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:07

Jacksonville SO

BRYANT,R.D.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

MCGEE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

# 1 0.142Subject Sample 23:02

2.320Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.149Subject Sample 23:06

3.683Breath Volume 23:06

0.000Air Blank 23:06

0.079Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:0904/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

22:17

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

CARROLL

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

# 1Subject Sample 00:42 Subject Test Refused

0.000Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4904/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

02:57

Jacksonville SO

HOWARD,J

08/05/2018

17316080A3

FHP Troop G

LIGHTSEY,ROBERT,D

CHATTERJEE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.080Control Test 04:58

0.000Air Blank 04:59

# 1Subject Sample 04:59 Subject Test Refused

0.000Breath Volume 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:3804/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

03:35

Jacksonville SO

DRAGOMIR,I

08/05/2018

17316080A3

FHP Troop G

LIGHTSEY,ROBERT,D

TITUS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:56

0.000Air Blank 05:57

0.080Control Test 05:57

0.000Air Blank 05:57

# 1Subject Sample 05:58 Subject Test Refused

0.000Breath Volume 05:58

0.000Air Blank 05:58

0.080Control Test 05:59

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5004/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:15

Jacksonville SO

FISSEL,M

08/05/2018

17316080A3

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

SCHMITT

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

# 1Subject Sample 03:45 Subject Test Refused

0.000Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:0504/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:24

04:10

Jacksonville SO

KERSHAW,S

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

INABINETTE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.080Control Test 05:45

0.000Air Blank 05:45

# 1 0.124Subject Sample 05:46

1.398Breath Volume 05:46

0.000Air Blank 05:47

0.000Air Blank 05:49

# 2 0.115Subject Sample 05:49

1.414Breath Volume 05:49

0.000Air Blank 05:50

0.079Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5304/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:01

Jacksonville SO

TORRES,W

08/05/2018

17316080A3

Neptune Beach PD

LIGHTSEY,ROBERT,D

CARPENTER

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:49

# 1 0.073Subject Sample 01:50

2.882Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 2 0.077Subject Sample 01:53

3.136Breath Volume 01:53

0.000Air Blank 01:53

0.079Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1204/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:37

Jacksonville SO

TORRES,W

08/05/2018

17316080A3

Neptune Beach PD

LIGHTSEY,ROBERT,D

BROWNING

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:54

# 1 0.147Subject Sample 02:55

1.667Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:57

# 2 0.160Subject Sample 02:58

1.328Breath Volume 02:58

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:3604/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

02:32

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

KAUFFMAN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:2904/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

02:13

Jacksonville SO

MARRERO,J

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

WONSOCK

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:07

# 1Subject Sample 05:08 Subject Test Refused

0.000Breath Volume 05:08

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:0504/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:25

Jacksonville SO

CAMACHO,K

08/05/2018

17316080A3

Neptune Beach PD

SUTTON,BRADEN,J

JACKSON

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.079Control Test 02:43

0.000Air Blank 02:43

# 1 0.090Subject Sample 02:44

1.238Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:46

# 2 0.093Subject Sample 02:47

1.441Breath Volume 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:49

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:1004/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

02:45

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

TRUCKENBROD

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

# 1Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:23:5504/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

05:00

Jacksonville SO

HILLIER,J

08/05/2018

17316080A3

Jacksonville SO

CLARIDA,K,M

SANCHEZ

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:21

0.000Air Blank 07:21

0.079Control Test 07:21

0.000Air Blank 07:22

# 1Subject Sample 07:22 Subject Test Refused

0.000Breath Volume 07:22

0.000Air Blank 07:22

0.078Control Test 07:23

0.000Air Blank 07:23

OKDiagnostics Check 07:23

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:0104/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

23:37

Jacksonville SO

MOELLER,R

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

SILVERMAN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:28

0.078Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:29

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:4504/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

01:37

Jacksonville SO

TORRES,W

08/05/2018

17316080A3

Neptune Beach PD

SUTTON,BRADEN,J

BERG

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1Subject Sample 03:55 Subject Test Refused

0.000Breath Volume 03:55

0.000Air Blank 03:55

0.079Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:5404/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:20

Jacksonville SO

WONG,M

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

HARMON

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:49

# 1Subject Sample 04:49 Subject Test Refused

0.000Breath Volume 04:49

0.000Air Blank 04:49

0.079Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:03:3404/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:33

07:00

Jacksonville SO

RANKIN,B

08/05/2018

17316080A3

Jacksonville SO

CLARIDA,K,M

SAYERS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:57

0.000Air Blank 08:57

0.079Control Test 08:57

0.000Air Blank 08:58

# 1 0.043Subject Sample 08:59

2.316Breath Volume 08:59

0.000Air Blank 08:59

0.000Air Blank 09:01

# 2 0.046Subject Sample 09:02

2.750Breath Volume 09:02

0.000Air Blank 09:02

0.079Control Test 09:02

0.000Air Blank 09:03

OKDiagnostics Check 09:03

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:58:1304/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:35

07:00

Jacksonville SO

EDWARDS,K

08/05/2018

17316080A3

Jacksonville SO

CLARIDA,K,M

DAVIS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:55

0.000Air Blank 09:55

0.079Control Test 09:56

0.000Air Blank 09:56

# 1Subject Sample 09:56 Subject Test Refused

0.000Breath Volume 09:56

0.000Air Blank 09:57

0.079Control Test 09:57

0.000Air Blank 09:58

OKDiagnostics Check 09:58

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:23:2204/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:25

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

CLARIDA,K,M

FAIRBANK

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:20

0.079Control Test 18:21

0.000Air Blank 18:21

# 1Subject Sample 18:21 Subject Test Refused

0.000Breath Volume 18:21

0.000Air Blank 18:22

0.079Control Test 18:22

0.000Air Blank 18:23

OKDiagnostics Check 18:23

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:5604/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:00

Jacksonville SO

MOELLER,R

08/05/2018

17316080A3

Jacksonville SO

CLARIDA,K,M

WHITE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.079Control Test 21:37

0.000Air Blank 21:37

# 1 0.136Subject Sample 21:38

2.765Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.132Subject Sample 21:41

2.695Breath Volume 21:41

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:4504/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:00

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

GRUBBS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.079Control Test 23:51

0.000Air Blank 23:51

# 1 0.086Subject Sample 23:52

1.929Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.087Subject Sample 23:55

1.945Breath Volume 23:55

0.000Air Blank 23:55

0.079Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:2004/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

00:40

Jacksonville SO

MCCULLOUGH,T

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

SMITH

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:0204/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

04:22

Jacksonville SO

CAMACHO,K

08/05/2018

17316080A3

Neptune Beach PD

SUTTON,BRADEN,J

GOODE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.079Control Test 05:41

0.000Air Blank 05:41

# 1 0.191Subject Sample 05:42

2.261Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:45

# 2 0.190Subject Sample 05:48 Volume Not Met

0.089Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:50

# 3 0.175Subject Sample 05:52

1.191Breath Volume 05:52

0.000Air Blank 05:53

0.077Control Test 05:53

0.000Air Blank 05:53

OKDiagnostics Check 05:54

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:2504/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:15

Jacksonville SO

HOOVER,J

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

SCOTT

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:16

# 1 0.236Subject Sample 01:17

1.234Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:19

# 2 0.227Subject Sample 01:20

1.683Breath Volume 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1304/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

01:55

Jacksonville SO

RODRIGUEZ,M

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

COLEMAN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

# 1 0.152Subject Sample 03:31

1.113Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.161Subject Sample 03:35

2.105Breath Volume 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:1004/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

03:50

Jacksonville SO

CHERENA,F

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

BROWN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.079Control Test 05:09

0.000Air Blank 05:09

# 1 0.157Subject Sample 05:10

2.820Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:12

# 2 0.163Subject Sample 05:13

3.597Breath Volume 05:13

0.000Air Blank 05:14

0.079Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:3504/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:55

Jacksonville SO

BAI,S

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

CLARKE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1 0.106Subject Sample 03:11

2.214Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.107Subject Sample 03:14

2.203Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:1904/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:55

Jacksonville SO

KERSHAW,S

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

PHELAN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

04:26 RFI Detect

Air Blank 04:26 RFI Detect

Data Download Date/Time: 04/27/2017 12:03

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:1204/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:55

Jacksonville SO

KERSHAW,S

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

PHELAN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.079Control Test 04:29

0.000Air Blank 04:29

# 1Subject Sample 04:29 Subject Test Refused

0.000Breath Volume 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 04/27/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5204/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

00:48

Jacksonville SO

FILBERT,E

08/05/2018

17316080A3

Jacksonville Beach

PENNINGTON,EMILY,J

FOGEL

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

# 1 0.101Subject Sample 03:31

1.472Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.107Subject Sample 03:35

1.984Breath Volume 03:35

0.000Air Blank 03:35

0.078Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:3404/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

05:15

Jacksonville SO

MCDONALD,K

08/05/2018

17316080A3

Jacksonville SO

BURNS,D,L

LOMBARDI

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:32

0.000Air Blank 06:33

0.079Control Test 06:33

0.000Air Blank 06:33

# 1Subject Sample 06:34 Subject Test Refused

0.000Breath Volume 06:34

0.000Air Blank 06:34

0.078Control Test 06:34

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3004/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

23:22

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

HUTCHINSON

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:52

# 1Subject Sample 00:53 Subject Test Refused

0.000Breath Volume 00:53

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1004/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

00:26

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

HILL

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

# 1 0.034Subject Sample 02:16

1.761Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.033Subject Sample 02:19

1.875Breath Volume 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:5604/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

01:44

Jacksonville SO

FILBERT,E

08/05/2018

17316080A3

Jacksonville Beach

PENNINGTON,EMILY,J

THOMSON

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

# 1Subject Sample 04:41 Subject Test Refused

0.000Breath Volume 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:3504/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:20

Jacksonville SO

CHERENA,F

08/05/2018

17316080A3

Jacksonville SO

PRUETT,RICHARD,L

MAHEU

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.080Control Test 05:06

0.000Air Blank 05:06

# 1 0.244Subject Sample 05:07

3.214Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:09

# 2 0.217Subject Sample 05:10

3.277Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 3 0.208Subject Sample 05:13

2.304Breath Volume 05:13

0.000Air Blank 05:14

0.078Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:2904/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:48

13:24

FHP Troop C

GREEN,WILLIAM

10/05/2017

24515080A1

FHP Troop C

GREEN,WILLIAM,E

HOLM

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:08

0.000Air Blank 19:08

0.080Control Test 19:09

0.000Air Blank 19:09

# 1 0.000Subject Sample 19:10

3.425Breath Volume 19:10

0.000Air Blank 19:10

0.000Air Blank 19:12

# 2 0.000Subject Sample 19:13

2.171Breath Volume 19:13

0.000Air Blank 19:13

0.082Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 04/19/2017 09:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:0104/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:15

FHP Troop C

SEQUEIRA,N

10/05/2017

24515080A1

FHP Troop C

ALVARADO,ANGEL,L

HOPPER

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:21

0.081Control Test 20:21

0.000Air Blank 20:22

# 1 0.000Subject Sample 20:22

2.023Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.000Subject Sample 20:25

1.539Breath Volume 20:25

0.000Air Blank 20:26

0.081Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:27

Data Download Date/Time: 04/19/2017 09:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0904/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:58

FHP Troop C

ALVARADO,ANGEL

10/05/2017

24515080A1

FHP Troop C

ALVARADO,ANGEL,L

DOWNEY

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.068Subject Sample 03:00

1.417Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:02

# 2 0.068Subject Sample 03:03

1.609Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 04/19/2017 09:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:33:0604/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:02

06:32

FHP Troop C

ALVARADO,ANGEL

10/05/2017

24515080A1

FHP Troop C

ALVARADO,ANGEL,L

SANCHEZ

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:25

0.000Air Blank 07:26

0.080Control Test 07:26

0.000Air Blank 07:26

# 1 0.101Subject Sample 07:27

1.515Breath Volume 07:27

0.000Air Blank 07:28

0.000Air Blank 07:30

# 2 0.099Subject Sample 07:31

2.074Breath Volume 07:31

0.000Air Blank 07:32

0.082Control Test 07:32

0.000Air Blank 07:33

OKDiagnostics Check 07:33

Data Download Date/Time: 04/19/2017 09:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3304/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:21

New Port Richey PD

ECK,AARON

10/05/2017

24515080A1

New Port Richey PD

ECK,AARON,R

WEIS

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:02

0.000Air Blank 03:02

# 1 0.053Subject Sample 03:03

2.101Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.051Subject Sample 03:06

2.328Breath Volume 03:06

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 05/18/2017 11:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:0104/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

18:51

FHP Troop C

COFFEE,JASON

10/05/2017

24515080A1

FHP Troop C

LAMPINEN,JACK,R

LAMPINEN

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.080Control Test 20:21

0.000Air Blank 20:21

# 1 0.222Subject Sample 20:22

2.789Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:24

# 2 0.217Subject Sample 20:25

2.367Breath Volume 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:27

Data Download Date/Time: 05/18/2017 11:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:1204/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:44

Pasco County SO

KNORR,PETER

10/05/2017

24515080A1

Pasco County SO

KNORR,PETER,J

RUSSELL

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:40

0.080Control Test 21:40

0.000Air Blank 21:40

# 1 0.231Subject Sample 21:41

3.152Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.226Subject Sample 21:44

1.695Breath Volume 21:44

0.000Air Blank 21:45

0.081Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 05/18/2017 11:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:5504/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:42

Pasco County SO

KNORR,PETER

10/05/2017

24515080A1

Pasco County SO

KNORR,PETER,J

GREENE

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:51

# 1 0.000Subject Sample 00:52

2.523Breath Volume 00:52

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.000Subject Sample 00:55

2.835Breath Volume 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 05/18/2017 11:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:5804/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:47

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A1

Pasco County SO

NIXON,BARRY,

BONANNO

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:03

# 1 0.000Subject Sample 04:03

2.117Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.000Subject Sample 04:06

1.597Breath Volume 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 05/18/2017 11:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:1804/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

04:39

Pasco County SO

IRWIN,JEFFREY

10/05/2017

24515080A1

Pasco County SO

MONSEGUR,ROBERT,

SANTIAGO

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:02

0.080Control Test 06:02

0.000Air Blank 06:03

# 1 0.110Subject Sample 06:03

2.511Breath Volume 06:03

0.000Air Blank 06:04

0.000Air Blank 06:06

# 2 0.116Subject Sample 06:06

1.726Breath Volume 06:06

0.000Air Blank 06:07

0.081Control Test 06:07

0.000Air Blank 06:08

OKDiagnostics Check 06:08

Data Download Date/Time: 05/18/2017 11:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:3504/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:25

16:14

FFWCC (Lakeland)

PULASKI,DAMON

10/05/2017

24515080A1

FFWCC (Lakeland)

PULASKI,DAMON,J

MARCIAL

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:46

0.081Control Test 18:46

0.000Air Blank 18:46

# 1Subject Sample 18:47 Subject Test Refused

0.000Breath Volume 18:47

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 05/18/2017 11:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:4504/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:42

FHP Troop C

BROWN,JASON

10/05/2017

24515080A1

FHP Troop C

BROWN,JASON,G

PETERSON

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.080Control Test 04:25

0.000Air Blank 04:25

# 1 0.150Subject Sample 04:26

2.109Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.148Subject Sample 04:29

2.140Breath Volume 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 05/18/2017 11:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:2404/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

04:02

Coral Springs PD

MURDOCK,TROY

11/05/2017

28515080A2

Coral Springs PD

WETHERINGTON,STEPHEN,L

CALAMARI

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.083Control Test 04:45

0.000Air Blank 04:46

# 1 0.110Subject Sample 04:46

2.078Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.111Subject Sample 04:49

1.425Breath Volume 04:49

0.000Air Blank 04:50

0.080Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 04/24/2017 08:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2204/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:32

Coral Springs PD

WETHERINGTON,STEPHEN

11/05/2017

28515080A2

Coral Springs PD

WETHERINGTON,STEPHEN,L

HISE

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.081Control Test 00:23

0.000Air Blank 00:24

# 1 0.065Subject Sample 00:24

3.738Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.060Subject Sample 00:27

2.054Breath Volume 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 04/24/2017 08:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1304/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:35

Coral Springs PD

MURDOCK,TROY

11/05/2017

28515080A2

Coral Springs PD

MURDOCK,TROY,J

COOK

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:01

Air Blank 04:01 RFI Detect

0.000Air Blank 04:02

Data Download Date/Time: 04/24/2017 08:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:1604/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:35

Coral Springs PD

MURDOCK,TROY

11/05/2017

28515080A2

Coral Springs PD

MURDOCK,TROY,J

COOK

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.081Control Test 04:04

0.000Air Blank 04:04

# 1Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 04/24/2017 08:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:17:1504/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:08

14:54

Coral Springs PD

PESICEK,SCOT

11/05/2017

28515080A2

Coral Springs PD

LAMSON,KATE,S

BARRIOS GOMEZ

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:11

0.081Control Test 16:11

0.000Air Blank 16:12

# 1 0.279Subject Sample 16:12

2.605Breath Volume 16:12

0.000Air Blank 16:13

0.000Air Blank 16:15

# 2 0.278Subject Sample 16:15

2.437Breath Volume 16:15

0.000Air Blank 16:16

0.080Control Test 16:16

0.000Air Blank 16:17

OKDiagnostics Check 16:17

Data Download Date/Time: 04/24/2017 08:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:5004/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:49

Coral Springs PD

BROADHURST,RYAN

11/05/2017

28515080A2

Coral Springs PD

BROADHURST,RYAN,E

REID

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

# 1 0.140Subject Sample 01:32

1.300Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.140Subject Sample 01:36

2.148Breath Volume 01:36

0.000Air Blank 01:36

0.079Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 04/24/2017 08:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:4104/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:41

Coral Springs PD

MURDOCK,TROY

11/05/2017

28515080A2

Coral Springs PD

MURDOCK,TROY,J

DIAZ

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.080Control Test 05:28

0.000Air Blank 05:28

# 1 0.000Subject Sample 05:29

5.078Breath Volume 05:29

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.000Subject Sample 05:32

4.933Breath Volume 05:32

0.000Air Blank 05:32

0.081Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 04/24/2017 08:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:4904/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:33

Coral Springs PD

WETHERINGTON,STEPHEN

11/05/2017

28515080A2

Coral Springs PD

WETHERINGTON,STEPHEN,L

VITAL

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.081Control Test 02:35

0.000Air Blank 02:35

# 1 0.193Subject Sample 02:36

2.316Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.188Subject Sample 02:39

3.335Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 04/24/2017 08:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:1904/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:58

Coral Springs PD

WETHERINGTON,STEPHEN

11/05/2017

28515080A2

Coral Springs PD

BROADHURST,RYAN,E

GODINES

03/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1 0.150Subject Sample 02:47

1.964Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.139Subject Sample 02:50

2.863Breath Volume 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 04/24/2017 08:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4104/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:59

Coral Springs PD

MURDOCK,TROY

11/05/2017

28515080A2

Coral Springs PD

MURDOCK,TROY,J

YOUNG

04/24/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:05

# 1 0.209Subject Sample 04:09 Volume Not Met

0.691Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.251Subject Sample 04:12

3.324Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 3 0.241Subject Sample 04:16

2.640Breath Volume 04:16

0.000Air Blank 04:16

0.078Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 05/30/2017 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:46:5104/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:08

06:47

Coral Springs PD

PEREZ,ERIC

11/05/2017

28515080A2

Coral Springs PD

ANDERSON,TAYLOR,C

SIMIAND

04/24/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:37

0.000Air Blank 07:38

0.079Control Test 07:38

0.000Air Blank 07:39

# 1 0.210Subject Sample 07:41

3.367Breath Volume 07:41

0.000Air Blank 07:42

0.000Air Blank 07:44

# 2 0.198Subject Sample 07:45

1.859Breath Volume 07:45

0.000Air Blank 07:45

0.077Control Test 07:46

0.000Air Blank 07:46

OKDiagnostics Check 07:46

Data Download Date/Time: 05/30/2017 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1804/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:37

Coral Springs PD

WETHERINGTON,STEPHEN

11/05/2017

28515080A2

Coral Springs PD

WETHERINGTON,STEPHEN,L

CAMPBELL

04/24/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.080Control Test 02:15

0.000Air Blank 02:15

# 1 0.268Subject Sample 02:17

2.546Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.261Subject Sample 02:23 Volume Not Met

0.425Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 3 0.230Subject Sample 02:28 Volume Not Met

0.546Breath Volume 02:28

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 05/30/2017 14:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:4604/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:37

Coral Springs PD

WETHERINGTON,STEPHEN

11/05/2017

28515080A2

Coral Springs PD

WETHERINGTON',STEPHEN,L

CAMPBELL

04/24/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1 0.259Subject Sample 02:34 No .020 agreement

1.750Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.226Subject Sample 02:39 Volume Not Met

0.195Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 3 0.233Subject Sample 02:45 No .020 agreement

1.660Breath Volume 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 05/30/2017 14:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0004/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:37

Coral Springs PD

WETHERINGTON,STEPHEN

11/05/2017

28515080A2

Coral Springs PD

WETHERINGTON,STEPHEN,L

CAMPBELL

04/24/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.261Subject Sample 02:52

4.078Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.254Subject Sample 02:55

1.929Breath Volume 02:55

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 05/30/2017 14:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:3504/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:41

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

COX,LENARD,E

GOBLE

03/01/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.075Control Test 20:53

0.000Air Blank 20:53

# 1Subject Sample 20:54 Subject Test Refused

0.000Breath Volume 20:54

0.000Air Blank 20:54

0.079Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 04/05/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:2104/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:48

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

SMITH,EMILY,K

HANCOCK

03/01/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

# 1 0.186Subject Sample 22:48

3.656Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.169Subject Sample 22:51

3.183Breath Volume 22:51

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 04/05/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5104/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:06

St. Petersburg PD

SISTI,JORDAN

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

LUSIGNAN

03/01/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

# 1 0.182Subject Sample 02:52

2.894Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.183Subject Sample 02:55

2.960Breath Volume 02:55

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 04/05/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:0404/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:33

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

HOBBS

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

# 1Subject Sample 03:47 Subject Test Refused

0.000Breath Volume 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:49

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:39:0204/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:35

St. Petersburg PD

VEATCH,KYLE

11/05/2018

26316080A2

St. Petersburg PD

CALLAHAN,WESLEY,S

CAMPBELL

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:36

0.000Air Blank 16:36

0.079Control Test 16:36

0.000Air Blank 16:37

# 1Subject Sample 16:37 Subject Test Refused

0.000Breath Volume 16:37

0.000Air Blank 16:38

0.079Control Test 16:38

0.000Air Blank 16:38

OKDiagnostics Check 16:39

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:1604/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:02

St. Petersburg PD

KRONZ,BRIAN

11/05/2018

26316080A2

St. Petersburg PD

KRONZ,BRIAN,M

NEW

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.079Control Test 19:51

0.000Air Blank 19:52

# 1 0.170Subject Sample 19:52

3.226Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.170Subject Sample 19:55

2.843Breath Volume 19:55

0.000Air Blank 19:56

0.079Control Test 19:56

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2104/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:22

St. Petersburg PD

MORGAN,QUENTIN-LEE

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

DAMPIER JR

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:09

# 1Subject Sample 02:10 Subject Test Refused

0.000Breath Volume 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:2604/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:36

St. Petersburg PD

ACRI,MICHEAL

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

BROMFIELD

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.079Control Test 04:23

0.000Air Blank 04:23

# 1Subject Sample 04:25 Subject Test Refused

0.000Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2904/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:53

St. Petersburg PD

SISTI,JORDAN

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

GEBLER

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.078Control Test 05:00

0.000Air Blank 05:00

# 1Subject Sample 05:02 Subject Test Refused

0.000Breath Volume 05:02

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:3504/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:59

St. Petersburg PD

ACRI,MICHEAL

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

OTTERSON

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:45

0.000Air Blank 05:45

0.079Control Test 05:46

0.000Air Blank 05:46

# 1 0.194Subject Sample 05:48

2.097Breath Volume 05:48

0.000Air Blank 05:48

0.000Air Blank 05:50

# 2 0.200Subject Sample 05:51

1.945Breath Volume 05:51

0.000Air Blank 05:51

0.079Control Test 05:51

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4904/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:54

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

BLOUNT

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

# 1Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:2804/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:33

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

SMITH,EMILY,K

BARTOS

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:26

0.000Air Blank 19:26

0.080Control Test 19:26

0.000Air Blank 19:27

# 1 0.000Subject Sample 19:27

1.523Breath Volume 19:27

0.000Air Blank 19:28

0.000Air Blank 19:30

# 2 0.000Subject Sample 19:31

2.593Breath Volume 19:31

0.000Air Blank 19:31

0.080Control Test 19:31

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5804/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

03:00

St. Petersburg PD

HINES,PAUL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

SEARCH

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.074Control Test 03:21 Control Outside Tolerance

0.000Air Blank 03:21

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2204/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

03:00

St. Petersburg PD

HINES,PAUL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

SEARCH

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

Air Blank 03:24 RFI Detect

0.000Air Blank 03:25

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1004/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

03:00

St. Petersburg PD

HINES,PAUL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

SEARCH

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.079Control Test 03:29

0.000Air Blank 03:29

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:3404/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

04:42

St. Petersburg PD

MERRILL,J

11/05/2018

26316080A2

St. Petersburg PD

CARTER,MATTHEW,R

SANAFEE

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:32

0.080Control Test 05:32

0.000Air Blank 05:32

# 1 0.152Subject Sample 05:36 Volume Not Met

0.082Breath Volume 05:36

0.000Air Blank 05:36

0.000Air Blank 05:38

# 2Subject Sample 05:39 Subject Test Refused

0.000Breath Volume 05:39

0.000Air Blank 05:39

0.079Control Test 05:39

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:2404/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:25

St. Petersburg PD

HINES,PAUL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

BROWN

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:39

# 1Subject Sample 23:40 Subject Test Refused

0.000Breath Volume 23:40

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:4604/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

00:58

St. Petersburg PD

MORGAN,QUENTIN-LEE

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

JOHNSON

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:0004/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:36

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

DELGADO

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:26

# 1 0.125Subject Sample 22:27

2.625Breath Volume 22:27

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.118Subject Sample 22:30

2.804Breath Volume 22:30

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:32

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:1504/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:43

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

ZIMIC

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:25

0.080Control Test 19:25

0.000Air Blank 19:26

# 1 0.000Subject Sample 19:26

1.558Breath Volume 19:26

0.000Air Blank 19:27

0.000Air Blank 19:29

# 2 0.000Subject Sample 19:29

2.382Breath Volume 19:29

0.000Air Blank 19:30

0.079Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:0004/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:38

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

RAJ-SWOFFORD

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:31

# 1Subject Sample 21:32 Subject Test Refused

0.000Breath Volume 21:32

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:34

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1704/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:53

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

GRAHAM

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.077Control Test 01:54

0.000Air Blank 01:54

# 1Subject Sample 01:56 Subject Test Refused

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2704/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:02

St. Petersburg PD

HAUSAM,M

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

COX

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:41

0.000Air Blank 02:41

# 1 0.187Subject Sample 02:42

1.964Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.198Subject Sample 02:44

2.703Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:3604/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:30

St. Petersburg PD

JOHNSON,COREY

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

KOVACH

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:19

0.000Air Blank 06:19

0.079Control Test 06:19

0.000Air Blank 06:20

# 1Subject Sample 06:23 No Sample Provided

0.000Breath Volume 06:23

0.000Air Blank 06:24

0.000Air Blank 06:26

# 2Subject Sample 06:26 Subject Test Refused

0.000Breath Volume 06:26

0.000Air Blank 06:26

0.080Control Test 06:27

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:3804/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:15

St. Petersburg PD

KLINE,NICOLE

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

ROBINSON

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:4504/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:27

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

GRAHAM

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:03

# 1 0.213Subject Sample 03:06

2.253Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2Subject Sample 03:12 No Sample Provided

0.000Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 3Subject Sample 03:15 Subject Test Refused

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.073Control Test 03:16 RFI Detect

0.000Air Blank 03:16

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:5104/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:27

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

GRAHAM

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:4604/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:28

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

COX

03/08/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

# 1 0.136Subject Sample 02:41

3.628Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.140Subject Sample 02:44

3.089Breath Volume 02:44

0.000Air Blank 02:44

0.078Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 04/21/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:0304/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

05:30

04:30

Jacksonville SO

DAVIS,R

09/05/2017

22315080A3

FHP Troop G

LOPEZ,LUIS,A

KOENIG

03/08/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:51

0.079Control Test 05:51

0.000Air Blank 05:52

# 1 0.120Subject Sample 05:52

3.328Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.113Subject Sample 05:55

2.734Breath Volume 05:55

0.000Air Blank 05:56

0.078Control Test 05:56

0.000Air Blank 05:56

OKDiagnostics Check 05:57

Data Download Date/Time: 04/21/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:0904/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:04

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

JORDAN

03/08/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

# 1 0.132Subject Sample 02:09

1.765Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.135Subject Sample 02:12

2.675Breath Volume 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 04/21/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:5204/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:51

Nassau County SO

GOETHE,R

09/05/2017

22315080A3

Nassau County SO

CAMPBELL,D,R

HARGREAVES

03/08/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.080Control Test 20:41

0.000Air Blank 20:41

# 1Subject Sample 20:43 Subject Test Refused

0.160Breath Volume 20:43

0.000Air Blank 20:43

0.077Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 04/21/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:4604/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:46

Nassau County SO

GOETHE,R

09/05/2017

22315080A3

Nassau County SO

CAMPBELL,D,R

DEFONZO

03/08/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

# 1 0.172Subject Sample 01:26

1.750Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.171Subject Sample 01:29

2.695Breath Volume 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 04/21/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:16:4204/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:11

Nassau County SO

CONE,A

09/05/2017

22315080A3

Nassau County SO

MORGAN,MATTHEW,M

SHAHAN

03/08/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:10

0.000Air Blank 16:11

0.080Control Test 16:11

0.000Air Blank 16:11

# 1 0.000Subject Sample 16:12

1.609Breath Volume 16:12

0.000Air Blank 16:12

0.000Air Blank 16:14

# 2 0.000Subject Sample 16:15

1.140Breath Volume 16:15

0.000Air Blank 16:15

0.080Control Test 16:16

0.000Air Blank 16:16

OKDiagnostics Check 16:16

Data Download Date/Time: 04/21/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:2204/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:33

Nassau County SO

THOLL,K

09/05/2017

22315080A3

Nassau County SO

THIRSK,KEVIN,M

KNAPP

03/08/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

# 1Subject Sample 22:17 Subject Test Refused

0.000Breath Volume 22:17

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 04/21/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4004/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:12

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

BELZ

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:15

# 1 0.126Subject Sample 01:16

3.839Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.127Subject Sample 01:19

3.550Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3504/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:13

Nassau County SO

REYNOLDS,M

09/05/2017

22315080A3

Nassau County SO

CAMPBELL,D,R

SIBOLD

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:59

# 1 0.197Subject Sample 02:59

2.175Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.210Subject Sample 03:03

3.457Breath Volume 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:4304/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:48

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

TODD

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:55

# 1 0.177Subject Sample 01:56

4.230Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.177Subject Sample 01:59

3.812Breath Volume 01:59

0.000Air Blank 01:59

0.079Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3304/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:49

Nassau County SO

MOYERS,J

09/05/2017

22315080A3

Nassau County SO

CAMPBELL,D,R

SHIVER

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

# 1Subject Sample 03:37 Subject Test Refused

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:3204/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:47

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

HAY

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.080Control Test 03:49

0.000Air Blank 03:49

# 1 0.138Subject Sample 03:50

3.007Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.135Subject Sample 03:53

2.917Breath Volume 03:53

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:1604/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:53

Nassau County SO

GOETHE,R

09/05/2017

22315080A3

Nassau County SO

CAMPBELL,D,R

HERNANDEZ LARA

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.079Control Test 04:59

0.000Air Blank 04:59

# 1 0.203Subject Sample 05:00

1.906Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.197Subject Sample 05:04

1.929Breath Volume 05:04

0.000Air Blank 05:05

0.079Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0804/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:46

Nassau County SO

THOLL,K

09/05/2017

22315080A3

Nassau County SO

CAMPBELL,D,R

CREWS

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.078Control Test 01:16

0.000Air Blank 01:17

# 1 0.183Subject Sample 01:19

1.511Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.182Subject Sample 01:24

2.093Breath Volume 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0204/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:21

Nassau County SO

ZITTROWER,T

09/05/2017

22315080A3

Nassau County SO

THIRSK,KEVIN,M

PAYNE

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.079Control Test 03:40

0.000Air Blank 03:40

# 1Subject Sample 03:40 Subject Test Refused

0.000Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:42

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:18:2104/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:47

18:06

Nassau County SO

ENNIS,J

09/05/2017

22315080A3

Nassau County SO

THORNTON,N,E

SELLERS

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:09

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:10

# 1 0.210Subject Sample 19:10

3.312Breath Volume 19:10

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.189Subject Sample 19:13

2.046Breath Volume 19:13

0.000Air Blank 19:14

0.000Air Blank 19:16

# 3 0.205Subject Sample 19:16

3.003Breath Volume 19:16

0.000Air Blank 19:17

0.078Control Test 19:17

0.000Air Blank 19:18

OKDiagnostics Check 19:18

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:0904/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:58

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

FRYER

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

# 1 0.176Subject Sample 02:09

1.234Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.189Subject Sample 02:12

1.296Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:5104/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

03:20

Nassau County SO

KNIGHT,G

09/05/2017

22315080A3

Nassau County SO

HOLLIMON,SHANIESA,L

MCCLINTON

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

# 1Subject Sample 04:47 Subject Test Refused

0.000Breath Volume 04:47

0.000Air Blank 04:47

0.080Control Test 04:48

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:2204/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

22:22

Highlands County SO

BOGUSKY,TPR

10/05/2017

24515080A3

FHP Troop F

SPENCER,SHANE,

REYES-BERRIOS

03/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.079Control Test 00:53

0.000Air Blank 00:53

# 1 0.097Subject Sample 00:55

1.734Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.110Subject Sample 00:58

1.847Breath Volume 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 04/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:3204/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

17:00

17:00

Highlands County SO

BRACKETT,MARK

10/05/2017

24515080A3

Highlands County SO

BRACKETT,MARK,O

SOWARDS

03/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:20

0.000Air Blank 17:21

0.081Control Test 17:21

0.000Air Blank 17:22

# 1 0.000Subject Sample 17:22

2.859Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2 0.000Subject Sample 17:26

2.980Breath Volume 17:26

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 04/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:3504/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:25

00:00

Highlands County SO

N/A,N/A

10/05/2017

24515080A3

Highlands County SO

ROBLES,JOSE,V

MCGEE

03/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:45

0.000Air Blank 16:45

0.079Control Test 16:46

0.000Air Blank 16:46

# 1 0.000Subject Sample 16:47

3.695Breath Volume 16:47

0.000Air Blank 16:47

0.000Air Blank 16:49

# 2 0.000Subject Sample 16:50

3.539Breath Volume 16:50

0.000Air Blank 16:50

0.079Control Test 16:50

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 04/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3504/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

01:22

Highlands County SO

COOPER,M

10/05/2017

24515080A3

Lake Placid PD

HOLMES,K,L

LOPEZ TORRES

03/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

# 1 0.210Subject Sample 03:42

3.085Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.210Subject Sample 03:45

3.398Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 04/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:37:2404/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

12:08

12:08

Highlands County SO

SMITH,KEVIN

10/05/2017

24515080A3

Highlands County SO

SMITH,KEVIN,I

HECKLER

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:31

0.000Air Blank 12:32

0.079Control Test 12:32

0.000Air Blank 12:32

# 1 0.000Subject Sample 12:33

2.281Breath Volume 12:33

0.000Air Blank 12:33

0.000Air Blank 12:35

# 2 0.000Subject Sample 12:36

1.976Breath Volume 12:36

0.000Air Blank 12:36

0.079Control Test 12:36

0.000Air Blank 12:37

OKDiagnostics Check 12:37

Data Download Date/Time: 05/28/2017 08:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:5404/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:49

Highlands County SO

RHODEN,DAVID

10/05/2017

24515080A3

Lake Placid PD

HARRISON,DUSTIN,J

WEST

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 05/28/2017 08:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:0504/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:06

Highlands County SO

RHODEN,DAVID

10/05/2017

24515080A3

Lake Placid PD

HARRISON,DUSTIN,J

MCKELLAR

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

# 1 0.171Subject Sample 02:55

1.941Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.175Subject Sample 02:58

2.281Breath Volume 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 05/28/2017 08:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3804/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:46

Davie PD

DICINTIO,PATRICK

10/27/2017

AG530001

Davie PD

HAINES,DAVID,K

APARICIO

03/30/2017

8100.27

DAVIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:42

# 1 0.209Subject Sample 01:45

1.304Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.215Subject Sample 01:49

1.761Breath Volume 01:49

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 04/30/2017 15:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:1404/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:17

16:45

Davie PD

PERMENTER,JAMES

10/27/2017

AG530001

Davie PD

JESSUP,BRIAN,C

HAINES

03/30/2017

8100.27

DAVIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.080Control Test 17:42

0.000Air Blank 17:42

# 1 0.230Subject Sample 17:43

1.843Breath Volume 17:43

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.232Subject Sample 17:47

1.808Breath Volume 17:47

0.000Air Blank 17:48

0.080Control Test 17:48

0.000Air Blank 17:49

OKDiagnostics Check 17:49

Data Download Date/Time: 04/30/2017 15:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:4704/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:07

Lakeland PD

QUACKENBUSH,BRET

09/05/2017

22315080A2

Lakeland PD

QUACKENBUSH,BRET,C

ARENAS

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.077Control Test 01:44

0.000Air Blank 01:44

# 1 0.155Subject Sample 01:45

1.898Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.150Subject Sample 01:49

1.851Breath Volume 01:49

0.000Air Blank 01:49

0.078Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:4504/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:48

Lakeland PD

SUTTLE,CORY

09/05/2017

22315080A2

Lakeland PD

SUTTLE,CORY,A

SMITH

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.077Control Test 03:45

0.000Air Blank 03:46

# 1 0.000Subject Sample 03:46

2.691Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.000Subject Sample 03:49

2.781Breath Volume 03:49

0.000Air Blank 03:49

0.079Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:4304/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

23:06

Lakeland PD

SUTTLE,CORY

09/05/2017

22315080A2

Lakeland PD

SUTTLE,CORY,A

COTHREN

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

# 1Subject Sample 00:16 Subject Test Refused

0.000Breath Volume 00:16

0.000Air Blank 00:16

0.078Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:3604/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:58

Lakeland PD

SUTTLE,CORY

09/05/2017

22315080A2

Lakeland PD

SUTTLE,CORY,A

TORRES

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:20

# 1 0.115Subject Sample 00:22

1.214Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.115Subject Sample 00:25

1.207Breath Volume 00:25

0.000Air Blank 00:25

0.077Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:4304/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

23:14

Winter Haven PD

PADILLA,JULIO

06/05/2018

12716080A7

Winter Haven PD

NGUYEN,JOHN,

JEFFERSON

03/15/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.082Control Test 01:48

0.000Air Blank 01:49

# 1Subject Sample 01:49 Subject Test Refused

0.000Breath Volume 01:49

0.000Air Blank 01:49

0.081Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 04/10/2017 12:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0604/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

23:14

Winter Haven PD

PADILLA,JULIO

06/05/2018

12716080A7

Winter Haven PD

NGUYEN,JOHN,

JEFFERSON

03/15/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.082Control Test 02:01

0.000Air Blank 02:01

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:03

0.082Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 04/10/2017 12:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:3104/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:29

Winter Haven PD

NGUYEN,JOHN

06/05/2018

12716080A7

Winter Haven PD

NGUYEN,JOHN,

SULLY

03/15/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.082Control Test 04:15

0.000Air Blank 04:15

# 1 0.148Subject Sample 04:16

1.636Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.142Subject Sample 04:19

1.195Breath Volume 04:19

0.000Air Blank 04:20

0.082Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 04/10/2017 12:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:3904/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:56

Winter Haven PD

NGUYEN,JOHN

06/05/2018

12716080A7

Winter Haven PD

NGUYEN,JOHN,

ELLIS

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.081Control Test 01:44

0.000Air Blank 01:44

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.083Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 05/15/2017 09:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:4504/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:18

Winter Haven PD

BOONE,BRANDON

06/05/2018

12716080A7

Winter Haven PD

BONSALL,ROBERT,E

STEPHENSON

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.082Control Test 05:08

0.000Air Blank 05:09

# 1Subject Sample 05:09 Subject Test Refused

0.000Breath Volume 05:09

0.000Air Blank 05:09

0.082Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 05/15/2017 09:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1004/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:42

Gulfport PD

MILLS,ZACHARY

09/05/2017

22315080A3

Gulfport PD

MILLS,ZACHARY,B

ARIAS OCAMPO

03/28/2017

8100.27

GULFPORT PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.081Control Test 04:20

0.000Air Blank 04:21

# 1 0.133Subject Sample 04:23

1.222Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.125Subject Sample 04:26

1.101Breath Volume 04:26

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 04/16/2017 18:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:09:4904/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:39

13:18

Gulfport PD

CARTER,TIMOTHY

09/05/2017

22315080A3

Gulfport PD

CARTER,TIMOTHY,R

STRICKLAND

03/28/2017

8100.27

GULFPORT PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:02

0.000Air Blank 14:03

0.079Control Test 14:03

0.000Air Blank 14:04

# 1 0.236Subject Sample 14:05

2.484Breath Volume 14:05

0.000Air Blank 14:05

0.000Air Blank 14:07

# 2 0.241Subject Sample 14:08

2.601Breath Volume 14:08

0.000Air Blank 14:08

0.079Control Test 14:09

0.000Air Blank 14:09

OKDiagnostics Check 14:09

Data Download Date/Time: 04/16/2017 18:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0204/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:50

Treasure Island PD

DIAZ,HECTOR

06/05/2018

12716080A6

Treasure Island PD

DIAZ,HECTOR,

ABBOTT

03/17/2017

8100.27

TREASURE ISLAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.080Control Test 20:31

0.000Air Blank 20:31

# 1 0.160Subject Sample 20:34 Volume Not Met

0.070Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.198Subject Sample 20:39

1.890Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:41

# 3 0.185Subject Sample 20:43

1.882Breath Volume 20:43

0.000Air Blank 20:44

0.077Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:45

Data Download Date/Time: 04/18/2017 08:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2304/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:40

Treasure Island PD

SWETNICH,JARED

06/05/2018

12716080A6

Treasure Island PD

SWETNICH,JARED,A

NOTARO

03/17/2017

8100.27

TREASURE ISLAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:17

# 1Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 04/18/2017 08:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:2404/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:46

Treasure Island PD

CHIAPUTTI,DAREN

06/05/2018

12716080A6

Treasure Island PD

LARRABEE,JEREMY,L

SANTANA

03/17/2017

8100.27

TREASURE ISLAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.080Control Test 20:27

0.000Air Blank 20:27

# 1Subject Sample 20:28 Subject Test Refused

0.000Breath Volume 20:28

0.000Air Blank 20:28

0.080Control Test 20:28

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 04/18/2017 08:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:3904/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:02

17:37

OTHER State

LUDTKE,CHRISTOPHER

06/05/2018

12716080A6

OTHER State

LUDTKE,CHRISTOPHER,E

PENDERGRAST

04/18/2017

8100.27

TREASURE ISLAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:26

0.000Air Blank 19:27

0.081Control Test 19:27

0.000Air Blank 19:28

# 1Subject Sample 19:28 Subject Test Refused

0.000Breath Volume 19:28

0.000Air Blank 19:28

0.079Control Test 19:29

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 05/18/2017 09:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:1104/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:09

Hollywood PD

DERIET,RAFAEL

10/30/2018

163437

Hollywood PD

],RAFAEL,

MUNSEY RIVERA

03/31/2017

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.077Control Test 01:03

0.000Air Blank 01:03

# 1 0.116Subject Sample 01:04

1.585Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.111Subject Sample 01:07

1.144Breath Volume 01:07

0.000Air Blank 01:08

0.077Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 04/29/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:4804/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:11

Hollywood PD

DERIET,RAFAEL

10/30/2018

163437

Hollywood PD

DERIET,RAFAEL,

OTANO RODRIGUEZ

03/31/2017

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.078Control Test 02:55

0.000Air Blank 02:56

# 1 0.103Subject Sample 02:57

1.812Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.096Subject Sample 03:00

1.304Breath Volume 03:00

0.000Air Blank 03:00

0.077Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 04/29/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0604/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:16

Tarpon Springs PD

ROQUE,MICHAEL

05/05/2017

11315080A2

Tarpon Springs PD

ROQUE,MICHAEL,A

GEE

04/21/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.078Control Test 04:31

0.000Air Blank 04:32

# 1 0.161Subject Sample 04:32

2.082Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.162Subject Sample 04:35

2.195Breath Volume 04:35

0.000Air Blank 04:36

0.077Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 05/04/2017 16:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5504/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:09

Broward County SO

RADANOF,BARRY

01/05/2018

34015080A3

OTHER State

HARNANDAN,INDROWTIE,

RONSON

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.076Control Test 02:08

0.000Air Blank 02:09

# 1 0.211Subject Sample 02:10

1.441Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.215Subject Sample 02:15

1.605Breath Volume 02:15

0.000Air Blank 02:16

0.076Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 05/22/2017 16:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:0004/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:18

Broward County SO

SERPHOS,STEVEN

01/05/2018

34015080A3

Broward County SO

HARNANDAN,INDROWTIE,

RODRIGUEZ

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.076Control Test 04:24

0.000Air Blank 04:24

# 1 0.110Subject Sample 04:26

1.628Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.111Subject Sample 04:29

1.699Breath Volume 04:29

0.000Air Blank 04:30

0.077Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:31

Data Download Date/Time: 05/22/2017 16:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:1804/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:37

Broward County SO

CHARLES,WOODNEL

01/05/2018

34015080A3

Broward County SO

TILLMAN,SHEILA,L

BAILEY

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.078Control Test 05:36

0.000Air Blank 05:37

# 1 0.123Subject Sample 05:37

2.054Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.126Subject Sample 05:40

1.843Breath Volume 05:40

0.000Air Blank 05:41

0.078Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 05/22/2017 16:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:2604/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:10

Broward County SO

CHARLES,JOSH

01/05/2018

34015080A3

Hallandale Beach PD

FRAZIER,ANAYA,S

PARKER

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:37

0.000Air Blank 19:38

0.078Control Test 19:38

0.000Air Blank 19:39

# 1 0.320Subject Sample 19:39

2.253Breath Volume 19:39

0.000Air Blank 19:40

0.000Air Blank 19:42

# 2 0.313Subject Sample 19:42

2.503Breath Volume 19:42

0.000Air Blank 19:43

0.078Control Test 19:43

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 05/22/2017 16:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:4104/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

18:10

Broward County SO

CHARLES,JOSH

01/05/2018

34015080A3

Hallandale Beach PD

FRAZIER,ANAYA,S

PARKER

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.078Control Test 21:14

0.000Air Blank 21:14

# 1 0.259Subject Sample 21:15

2.093Breath Volume 21:15

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.261Subject Sample 21:18

2.328Breath Volume 21:18

0.000Air Blank 21:18

0.077Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 05/22/2017 16:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:0004/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:57

Broward County SO

PRICE,DANIEL

01/05/2018

34015080A3

Miramar PD

FRAZIER,ANAYA,S

DENNIS

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.077Control Test 23:13

0.000Air Blank 23:13

# 1 0.117Subject Sample 23:14

1.519Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.118Subject Sample 23:17

2.156Breath Volume 23:17

0.000Air Blank 23:18

0.076Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:19

Data Download Date/Time: 05/22/2017 16:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:0204/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:06

Broward County SO

LUNA,KRISTINA

01/05/2018

34015080A3

Miramar PD

HARNANDAN,INDROWTIE,

LOUIS

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.078Control Test 06:06

0.000Air Blank 06:06

# 1 0.072Subject Sample 06:07

1.550Breath Volume 06:07

0.000Air Blank 06:07

0.000Air Blank 06:09

# 2 0.067Subject Sample 06:10

1.355Breath Volume 06:10

0.000Air Blank 06:11

0.077Control Test 06:11

0.000Air Blank 06:11

OKDiagnostics Check 06:12

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:0104/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:47

Broward County SO

PALANT,JASON

01/05/2018

34015080A3

Pembroke Pines PD

FRAZIER,ANAYA,S

GREEN

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.077Control Test 00:09

0.000Air Blank 00:09

# 1 0.196Subject Sample 00:10

2.058Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.191Subject Sample 00:13

1.570Breath Volume 00:13

0.000Air Blank 00:14

0.077Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:15

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2304/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:57

Broward County SO

SAPP,JOSHUA

01/05/2018

34015080A3

Broward County SO

GRAY,SANDRA,

NIEMI

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.077Control Test 01:06

0.000Air Blank 01:07

# 1 0.222Subject Sample 01:08

1.867Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:10

# 2 0.218Subject Sample 01:11

1.632Breath Volume 01:11

0.000Air Blank 01:12

0.076Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:2204/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:28

Broward County SO

SERPHOS,STEVEN

01/05/2018

34015080A3

Broward County SO

FRAZIER,ANAYA,S

ACEVEDO

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:21

0.077Control Test 20:21

0.000Air Blank 20:22

# 1 0.182Subject Sample 20:23

3.074Breath Volume 20:23

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.161Subject Sample 20:26

2.308Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 3 0.169Subject Sample 20:29

2.652Breath Volume 20:29

0.000Air Blank 20:30

0.077Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2604/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:12

Broward County SO

SEPOT,PETER

01/05/2018

34015080A3

Broward County SO

MEDINA,MARMILLY,

BENITEZ

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.077Control Test 04:08

0.000Air Blank 04:08

# 1 0.208Subject Sample 04:09

1.941Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.206Subject Sample 04:12

2.121Breath Volume 04:12

0.000Air Blank 04:13

0.077Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:1304/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:37

Broward County SO

ARIAS,HEIDY

01/05/2018

34015080A3

Miramar PD

HARNANDAN,INDROWTIE,

CAMARGO

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.078Control Test 01:28

0.000Air Blank 01:29

# 1 0.267Subject Sample 01:31

2.125Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.255Subject Sample 01:34

1.953Breath Volume 01:34

0.000Air Blank 01:35

0.076Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:4704/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:25

Broward County SO

SAPP,JOSHUA

01/05/2018

34015080A3

Broward County SO

HARNANDAN,INDROWTIE,

ECKLUND

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.077Control Test 03:14

0.000Air Blank 03:14

# 1 0.120Subject Sample 03:15

1.644Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.124Subject Sample 03:18

1.500Breath Volume 03:18

0.000Air Blank 03:18

0.077Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5504/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:00

Broward County SO

SAPP,JOSHUA

01/05/2018

34015080A3

Broward County SO

TILLMAN,SHEILA,L

NORTON

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.077Control Test 00:58

0.000Air Blank 00:58

# 1 0.144Subject Sample 00:59

1.703Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.145Subject Sample 01:02

1.402Breath Volume 01:02

0.000Air Blank 01:03

0.077Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3304/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:52

Broward County SO

RUSSELL,DILLON

01/05/2018

34015080A3

OTHER State

HARNANDAN,INDROWTIE,

PEREZ RAMOS

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:57

# 1 0.236Subject Sample 03:58

2.187Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2 0.225Subject Sample 04:02

1.925Breath Volume 04:02

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:1704/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:40

Broward County SO

SERPHOS,STEVEN

01/05/2018

34015080A3

Broward County SO

TILLMAN,SHEILA,L

CARINO

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.077Control Test 22:28

0.000Air Blank 22:28

# 1 0.096Subject Sample 22:29

1.863Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.096Subject Sample 22:32

2.042Breath Volume 22:32

0.000Air Blank 22:33

0.077Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:1704/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:24

Broward County SO

SERPHOS,STEVEN

01/05/2018

34015080A3

Broward County SO

FRAZIER,ANAYA,S

PESANTES MIELES

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.078Control Test 05:28

0.000Air Blank 05:28

# 1 0.092Subject Sample 05:29

1.781Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.091Subject Sample 05:32

1.246Breath Volume 05:32

0.000Air Blank 05:33

0.077Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:5404/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:56

Broward County SO

MONTANO,GEORGIA

01/05/2018

34015080A3

Sunrise PD

FRAZIER,ANAYA,S

PALAZZO

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.077Control Test 20:59

0.000Air Blank 20:59

# 1 0.260Subject Sample 21:00 No .020 agreement

1.125Breath Volume 21:00

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.239Subject Sample 21:06 Volume Not Met

0.730Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 3 0.285Subject Sample 21:09 No .020 agreement

1.882Breath Volume 21:09

0.000Air Blank 21:09

0.076Control Test 21:10

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:3604/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:56

Broward County SO

MONTANO,GEORGIA

01/05/2018

34015080A3

Sunrise PD

FRAZIER,ANAYA,S

PALAZZO

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:12

0.000Air Blank 21:13

0.077Control Test 21:13

0.000Air Blank 21:14

# 1Subject Sample 21:15 Subject Test Refused

0.000Breath Volume 21:15

0.000Air Blank 21:15

0.077Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:2104/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:05

Broward County SO

SPEZIALE,ADAM

01/05/2018

34015080A3

Margate PD

MEDINA,MARMILLY,

CHAVES

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.077Control Test 22:13

0.000Air Blank 22:14

# 1 0.192Subject Sample 22:14

2.859Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.182Subject Sample 22:17

2.277Breath Volume 22:17

0.000Air Blank 22:18

0.077Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2604/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:45

Clearwater PD

NUGENT,DAVID

11/05/2017

28515080A2

Clearwater PD

NUGENT,DAVID,A

PUGH

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.079Control Test 22:29

0.000Air Blank 22:29

# 1 0.069Subject Sample 22:30

3.496Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:32

# 2 0.066Subject Sample 22:33

2.894Breath Volume 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1704/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:36

Clearwater PD

VENEZIA,STEVEN

11/05/2017

28515080A2

Clearwater PD

VENEZIA,STEVEN,L

ROBINSON

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

# 1 0.199Subject Sample 01:12

2.078Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.194Subject Sample 01:15

2.031Breath Volume 01:15

0.000Air Blank 01:16

0.078Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:4204/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

04:06

Clearwater PD

BRUNEAU,OFC

11/05/2017

28515080A2

Clearwater PD

BRUNEAU,OFC,

DUMOT

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.079Control Test 04:58

0.000Air Blank 04:58

# 1 0.163Subject Sample 04:59

2.792Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.144Subject Sample 05:02

1.414Breath Volume 05:02

0.000Air Blank 05:03

0.078Control Test 05:04

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:4504/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:57

Clearwater PD

BANKS,GARRETT

11/05/2017

28515080A2

Clearwater PD

OBRIEN,DANIEL,P

ST ONGE

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.079Control Test 23:45

0.000Air Blank 23:45

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:46

0.081Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:1704/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:50

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2017

28515080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

GUINTHER

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

# 1Subject Sample 22:37 Subject Test Refused

0.000Breath Volume 22:37

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:1104/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:54

Clearwater PD

NUGENT,DAVID

11/05/2017

28515080A2

Clearwater PD

NUGENT,DAVID,A

DIMILTA

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.080Control Test 21:19

0.000Air Blank 21:20

# 1Subject Sample 21:20 Subject Test Refused

0.000Breath Volume 21:20

0.000Air Blank 21:21

0.080Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:2404/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:03

Clearwater PD

NUGENT,DAVID

11/05/2017

28515080A2

Clearwater PD

NUGENT,DAVID,A

MCCAGUE

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.080Control Test 21:05

0.000Air Blank 21:05

# 1 0.163Subject Sample 21:06

3.179Breath Volume 21:06

Air Blank 21:06 Purge Fail

0.000Air Blank 21:07

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:3304/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:03

Clearwater PD

NUGENT,DAVID

11/05/2017

28515080A2

Clearwater PD

NUGENT,DAVID,A

MCCAGUE

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:15

# 1 0.157Subject Sample 21:15

2.769Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.151Subject Sample 21:18

2.730Breath Volume 21:18

0.000Air Blank 21:19

0.079Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:1404/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:52

Clearwater PD

NEGERSMITH,D

11/05/2017

28515080A2

Clearwater PD

NEGERSMITH,D,M

JACOBSEN

03/14/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:26

# 1 0.266Subject Sample 21:27

1.703Breath Volume 21:27

Air Blank 21:28 Purge Fail

0.000Air Blank 21:29

Data Download Date/Time: 04/25/2017 01:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:5904/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:46

19:22

Clearwater PD

BRINKMAN,KELLY

11/05/2018

26316080A2

Clearwater PD

BRINKMAN,KELLY,N

D'AGOSTINO

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:08

# 1 0.267Subject Sample 20:08

1.656Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.269Subject Sample 20:12

1.628Breath Volume 20:12

0.000Air Blank 20:13

0.078Control Test 20:13

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:2904/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

19:06

Clearwater PD

NEGERSMITH,D

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,D,M

WARN

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.079Control Test 20:21

0.000Air Blank 20:22

# 1 0.099Subject Sample 20:23

1.648Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.095Subject Sample 20:26

1.484Breath Volume 20:26

0.000Air Blank 20:27

0.079Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:2404/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:46

Clearwater PD

BRUNEAU,OFC

11/05/2018

26316080A2

Clearwater PD

BRUNEAU,OFC,

BOGARDE

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.134Subject Sample 03:07

2.285Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:09

# 2 0.123Subject Sample 03:11

2.707Breath Volume 03:11

0.000Air Blank 03:12

0.078Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:1904/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

20:01

Clearwater PD

NEGERSMITH,D

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,D,M

BENNINGER

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:51

# 1 0.175Subject Sample 20:52

2.054Breath Volume 20:52

Air Blank 20:52 Purge Fail

0.000Air Blank 20:53

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:1504/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

20:01

Clearwater PD

NEGERSMITH,D

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,D,M

BENNINGER

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:57

# 1Subject Sample 21:00 No Sample Provided

0.000Breath Volume 21:00

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2Subject Sample 21:05 No Sample Provided

0.000Breath Volume 21:05

0.000Air Blank 21:06

0.079Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4904/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:42

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

PARRILLA AROCHO

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.079Control Test 21:43

0.000Air Blank 21:43

# 1 0.088Subject Sample 21:45

1.261Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:47

# 2 0.086Subject Sample 21:51 Volume Not Met

0.238Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 3 0.087Subject Sample 21:54

2.347Breath Volume 21:54

0.000Air Blank 21:54

0.078Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:2004/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:12

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

DUNN

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:00

# 1 0.240Subject Sample 02:01

3.195Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:03

# 2 0.238Subject Sample 02:04

2.816Breath Volume 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0904/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

12:56

Clearwater PD

NEGERSMITH,D

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,D,M

JOSEPH

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.081Subject Sample 02:22

2.914Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:24

# 2 0.081Subject Sample 02:25

1.718Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1904/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:10

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

KESZLER

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1 0.179Subject Sample 03:55

3.750Breath Volume 03:55

Air Blank 03:56 Purge Fail

0.000Air Blank 03:57

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:1604/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:10

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

KESZLER

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.078Control Test 04:00

0.000Air Blank 04:00

# 1 0.170Subject Sample 04:01

3.992Breath Volume 04:01

Air Blank 04:02 Purge Fail

0.000Air Blank 04:03

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:3104/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:10

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

KESZLER

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.074Control Test 04:08 Control Outside Tolerance

0.000Air Blank 04:09

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0404/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:10

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

KESZLER

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.078Control Test 04:13

0.000Air Blank 04:14

# 1 0.171Subject Sample 04:14

2.980Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.144Subject Sample 04:17

1.812Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:20

# 3 0.166Subject Sample 04:20

4.414Breath Volume 04:20

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:23

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:4304/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

21:27

20:15

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

MADSEN,CHRIS,R

SANSONE

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

# 1 0.140Subject Sample 21:49

1.539Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.142Subject Sample 21:53

1.972Breath Volume 21:53

0.000Air Blank 21:53

0.080Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0804/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:20

Jacksonville SO

CAMACHO,K

08/05/2018

17316080A3

Neptune Beach PD

HAND,JARRETT,D

BLACK

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0004/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

01:45

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

NASS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:19

0.000Air Blank 03:19

# 1 0.204Subject Sample 03:21

2.378Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.208Subject Sample 03:24

2.566Breath Volume 03:24

0.000Air Blank 03:25

0.078Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:26

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:3204/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

18:59

Jacksonville SO

CAMACHO,K

08/05/2018

17316080A3

Neptune Beach PD

MADSEN,CHRIS,R

JACKSON

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.079Control Test 20:28

0.000Air Blank 20:28

# 1 0.248Subject Sample 20:29

3.722Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.243Subject Sample 20:32

2.230Breath Volume 20:32

0.000Air Blank 20:33

0.079Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:0304/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:30

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

MADSEN,CHRIS,R

CLARK

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:44

# 1 0.089Subject Sample 22:44

2.578Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.081Subject Sample 22:48

1.523Breath Volume 22:48

0.000Air Blank 22:49

0.079Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:50

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5304/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:00

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

STRICKLAND

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:29

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

Air Blank 02:29 RFI Detect

Air Blank 02:29 RFI Detect

Data Download Date/Time: 04/13/2017 13:12

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1004/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:00

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

STRICKLAND

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:2204/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:10

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

BRYANT

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.080Control Test 03:32

0.000Air Blank 03:32

# 1 0.160Subject Sample 03:33

1.585Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.154Subject Sample 03:36

1.441Breath Volume 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1404/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

00:10

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

STALVEY

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:0404/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

23:55

Jacksonville SO

RODRIGUEZ,M

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

ROBERTS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:54

# 1 0.033Subject Sample 01:55

1.554Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.029Subject Sample 01:58

1.160Breath Volume 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 02:00

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:1704/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

03:50

Jacksonville SO

HILLIER,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

MATHEWS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:00

0.000Air Blank 06:00

0.080Control Test 06:01

0.000Air Blank 06:01

# 1Subject Sample 06:01 Subject Test Refused

0.000Breath Volume 06:01

0.000Air Blank 06:02

0.080Control Test 06:02

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:1304/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

03:20

Jacksonville SO

HILLIER,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

THOMPSON

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.079Control Test 05:06

0.000Air Blank 05:06

# 1 0.108Subject Sample 05:09 Volume Not Met

0.257Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.119Subject Sample 05:15 Volume Not Met

0.070Breath Volume 05:15

0.000Air Blank 05:16

0.078Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0704/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

20:50

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

HENDRIX,D,K

HERNANDEZ

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.080Control Test 22:20

0.000Air Blank 22:20

# 1Subject Sample 22:20 Subject Test Refused

0.000Breath Volume 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4904/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:24

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

WATERS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:45

# 1 0.135Subject Sample 00:48 Volume Not Met

1.074Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.129Subject Sample 00:51

1.179Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 3 0.115Subject Sample 00:57 Volume Not Met

0.296Breath Volume 00:57

0.000Air Blank 00:57

0.078Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:1804/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:10

Jacksonville SO

TORRES,W

08/05/2018

17316080A3

Neptune Beach PD

PENNINGTON,EMILY,J

SWEENEY

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

# 1 0.171Subject Sample 04:10

2.058Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.170Subject Sample 04:13

1.765Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1504/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:00

Jacksonville SO

NGUYEN,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

HARTZOG

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

# 1 0.216Subject Sample 01:00

1.207Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:02

# 2 0.204Subject Sample 01:03

1.832Breath Volume 01:03

0.000Air Blank 01:04

0.081Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4604/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

00:55

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

PENNINGTON,EMILY,J

KAMGAR

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

# 1 0.094Subject Sample 02:24

2.570Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.090Subject Sample 02:28

2.136Breath Volume 02:28

0.000Air Blank 02:28

0.081Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3804/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:18

Jacksonville SO

MARRERO,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

BOLTON

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.081Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:3804/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

02:00

Jacksonville SO

MOORE,A

08/05/2018

17316080A3

Atlantic Beach PD

PENNINGTON,EMILY,J

SAMALA

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.082Control Test 05:01

0.000Air Blank 05:02

# 1 0.150Subject Sample 05:02

1.484Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.156Subject Sample 05:06

1.636Breath Volume 05:06

0.000Air Blank 05:06

0.081Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:3804/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:28

17:44

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

MCLEAN

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:54

# 1Subject Sample 19:55 Subject Test Refused

0.000Breath Volume 19:55

0.000Air Blank 19:55

0.081Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:5504/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:00

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

DINKINS,CHRISTOPHER,D

TOWNSEND

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.081Control Test 21:28

0.000Air Blank 21:28

# 1 0.103Subject Sample 21:29

1.523Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:31

# 2 0.098Subject Sample 21:32

1.554Breath Volume 21:32

0.000Air Blank 21:32

0.081Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:5304/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

21:02

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

MOORE

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

# 1Subject Sample 23:31 Subject Test Refused

0.000Breath Volume 23:31

0.000Air Blank 23:31

0.080Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:3704/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:00

Jacksonville SO

GIFFORD,N

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

MANGAN

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.081Control Test 00:50

0.000Air Blank 00:50

# 1 0.124Subject Sample 00:51

2.050Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.119Subject Sample 00:54

1.968Breath Volume 00:54

0.000Air Blank 00:54

0.081Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:0604/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:00

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

PENNINGTON,EMILY,J

ANDRES

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

# 1 0.144Subject Sample 02:30

1.703Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.150Subject Sample 02:33

2.105Breath Volume 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4204/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:38

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

KEMP

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.144Subject Sample 03:22

2.382Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.140Subject Sample 03:25

2.035Breath Volume 03:25

0.000Air Blank 03:25

0.081Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:5604/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

03:19

Jacksonville SO

MARRERO,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

BARRYKING

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.081Control Test 05:18

0.000Air Blank 05:18

# 1 0.143Subject Sample 05:19

1.125Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.136Subject Sample 05:23

1.453Breath Volume 05:23

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:4404/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

21:51

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

GEORES

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

# 1Subject Sample 23:40 Subject Test Refused

0.000Breath Volume 23:40

0.000Air Blank 23:40

0.081Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:1904/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:01

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

PHUONG

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.081Control Test 01:58

0.000Air Blank 01:59

# 1 0.306Subject Sample 01:59

1.734Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.288Subject Sample 02:02

1.703Breath Volume 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 04/13/2017 13:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:4404/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

20:00

Jacksonville SO

MARRERO,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

BLANKS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.079Control Test 22:22

0.000Air Blank 22:23

# 1Subject Sample 22:23 Subject Test Refused

0.000Breath Volume 22:23

0.000Air Blank 22:23

0.079Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 04/13/2017 13:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:2704/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:04

Jacksonville SO

BROWN,T

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

MATHEWS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:29

# 1Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 04/13/2017 13:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:2004/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

01:28

Jacksonville SO

VANHOF,J

08/05/2018

17316080A3

Atlantic Beach PD

PENNINGTON,EMILY,J

DUKE

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:10

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 04/13/2017 13:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:0504/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:45

Jacksonville SO

MOELLER,R

08/05/2018

17316080A3

Jacksonville SO

HAND,J,D

TWISS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 04/13/2017 13:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:5704/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:49

Jacksonville SO

BARTILUCCI,D

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

HARMS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

# 1Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 04/13/2017 13:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:4604/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:30

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

MACON

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.081Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 04/13/2017 13:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2404/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

00:49

Jacksonville SO

MORRISON,M

08/05/2018

17316080A3

Jacksonville Beach

HAND,JARRETT,D

INGALLS

03/31/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 04/13/2017 13:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:2904/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:50

Jacksonville SO

BARTILUCCI,D

08/05/2018

17316080A3

Jacksonville SO

MADSEN,CHRIS,R

GALDAMEZ

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.081Control Test 21:56

0.000Air Blank 21:57

# 1 0.156Subject Sample 21:57

1.203Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.158Subject Sample 22:00

1.515Breath Volume 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:1304/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:00

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

GLOVER

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:20

0.080Control Test 23:20

0.000Air Blank 23:21

# 1 0.131Subject Sample 23:21

3.566Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.120Subject Sample 23:24

3.128Breath Volume 23:24

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:2804/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:05

Jacksonville SO

HOOVER,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

KEARNEY

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

# 1 0.139Subject Sample 02:39

2.125Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.143Subject Sample 02:42

2.304Breath Volume 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3204/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:06

Jacksonville SO

HEALEY,G

08/05/2018

17316080A3

FHP Troop G

SCOTT,JACOB,A

ECHEVERRIA

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.081Control Test 03:28

0.000Air Blank 03:28

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0104/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:46

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

PENNINGTON,EMILY,J

CARROLL

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:03

# 1 0.239Subject Sample 04:05

2.664Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 2 0.246Subject Sample 04:08

1.929Breath Volume 04:08

0.000Air Blank 04:09

0.078Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:10

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:1404/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:15

Jacksonville SO

MOELLER,R

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

ASBERRY

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:15

0.080Control Test 05:15

0.000Air Blank 05:16

# 1 0.216Subject Sample 05:16

2.507Breath Volume 05:16

0.000Air Blank 05:17

0.000Air Blank 05:19

# 2 0.227Subject Sample 05:19

2.398Breath Volume 05:19

0.000Air Blank 05:20

0.079Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:2204/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

03:15

Jacksonville SO

BRETT,T

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

ROBINSON

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:47

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

# 1 0.089Subject Sample 05:48

2.578Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.084Subject Sample 05:51

1.707Breath Volume 05:51

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:0304/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

02:45

Jacksonville SO

MEDINA,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

BENITEZ

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:38

# 1 0.146Subject Sample 04:40

1.312Breath Volume 04:40

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.142Subject Sample 04:43

1.968Breath Volume 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:45

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:2804/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

03:30

Jacksonville SO

KERSHAW,S

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

JAMIE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:17

# 1 0.164Subject Sample 05:17

2.839Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.164Subject Sample 05:20

3.308Breath Volume 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:5504/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

17:52

Jacksonville SO

MARRERO,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

LOPEZ-BAUTISTA

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:13

0.080Control Test 20:14

0.000Air Blank 20:14

# 1 0.173Subject Sample 20:16

1.164Breath Volume 20:16

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.170Subject Sample 20:19

1.234Breath Volume 20:19

0.000Air Blank 20:19

0.079Control Test 20:20

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:3004/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

21:39

Jacksonville SO

TORRES,W

08/05/2018

17316080A3

Neptune Beach PD

PENNINGTON,EMILY,J

BROWN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

# 1 0.171Subject Sample 23:22

2.488Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.159Subject Sample 23:25

1.617Breath Volume 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:3504/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:05

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

ELLIS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

# 1Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:0304/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

16:50

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

AUSTIN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.080Control Test 18:26

0.000Air Blank 18:27

# 1 0.125Subject Sample 18:27

1.789Breath Volume 18:27

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.122Subject Sample 18:30

2.109Breath Volume 18:30

0.000Air Blank 18:31

0.079Control Test 18:31

0.000Air Blank 18:31

OKDiagnostics Check 18:32

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:0204/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

23:59

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

POOLE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:41

# 1 0.177Subject Sample 01:41

2.500Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.174Subject Sample 01:44

2.453Breath Volume 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:46

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:5804/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:55

Jacksonville SO

BAI,S

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

ALSOBROOK

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.081Control Test 03:42

0.000Air Blank 03:43

# 1Subject Sample 03:43 Subject Test Refused

0.000Breath Volume 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:5404/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

03:40

Jacksonville SO

SEEGOBIN,V

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

MONTALVO

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.081Control Test 05:31

0.000Air Blank 05:31

# 1 0.238Subject Sample 05:32

1.175Breath Volume 05:32

0.000Air Blank 05:32

0.000Air Blank 05:34

# 2 0.237Subject Sample 05:35

1.378Breath Volume 05:35

0.000Air Blank 05:35

0.080Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5804/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:40

Jacksonville SO

BROWN,T

08/05/2018

17316080A3

Jacksonville SO

SMITH,KEVIN,W

LADISLAS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

# 1Subject Sample 01:05 Subject Test Refused

0.000Breath Volume 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5304/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:32

Jacksonville SO

FISSEL,M

08/05/2018

17316080A3

Atlantic Beach PD

SMITH,KEVIN,W

AUSTILL

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

# 1Subject Sample 04:05 Subject Test Refused

0.000Breath Volume 04:05

0.000Air Blank 04:05

0.080Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:4204/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

17:22

Jacksonville SO

MARRERO,J

08/05/2018

17316080A3

Jacksonville SO

PADGETT,C,N

REHALL

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:19

0.000Air Blank 19:19

0.080Control Test 19:20

0.000Air Blank 19:20

# 1Subject Sample 19:21 Subject Test Refused

0.000Breath Volume 19:21

0.000Air Blank 19:21

0.080Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:3804/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:28

17:25

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

PADGETT,C,N

PLANTE

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

# 1 0.215Subject Sample 19:50

2.156Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.206Subject Sample 19:54

2.507Breath Volume 19:54

0.000Air Blank 19:54

0.079Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:2004/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

18:14

Jacksonville SO

BUMGARNER,C

08/05/2018

17316080A3

Jacksonville SO

PADGETT,C,N

COCKHREN

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.079Control Test 21:43

0.000Air Blank 21:43

# 1Subject Sample 21:43 Subject Test Refused

0.000Breath Volume 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:2304/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:20

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

HARWOOD

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

# 1 0.103Subject Sample 23:48

1.675Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.100Subject Sample 23:51

1.523Breath Volume 23:51

0.000Air Blank 23:52

0.078Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0304/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:30

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

SHUFORD

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:46

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:0204/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

01:00

Jacksonville SO

FILBERT,E

08/05/2018

17316080A3

Jacksonville Beach

HAND,JARRETT,D

LORUSSO

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

# 1Subject Sample 04:57 Subject Test Refused

0.000Breath Volume 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:59

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:43:5904/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:17

03:59

Jacksonville SO

COLE,D

08/05/2018

17316080A3

FHP Troop G

HAND,JARRETT,D

DURBEC

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:37

0.000Air Blank 06:38

0.080Control Test 06:38

0.000Air Blank 06:39

# 1 0.180Subject Sample 06:39

2.167Breath Volume 06:39

0.000Air Blank 06:40

0.000Air Blank 06:41

# 2 0.174Subject Sample 06:42

1.882Breath Volume 06:42

0.000Air Blank 06:43

0.079Control Test 06:43

0.000Air Blank 06:43

OKDiagnostics Check 06:43

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:5304/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:45

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

MITCHELL

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:06

0.000Air Blank 02:06

# 1 0.231Subject Sample 02:07

2.093Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.237Subject Sample 02:10

2.875Breath Volume 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 04/27/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:5404/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

03:12

Jacksonville SO

GREEN,J

08/05/2018

17316080A3

Atlantic Beach PD

HAND,JARRETT,D

WALCH

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.080Control Test 05:01

0.000Air Blank 05:01

# 1 0.301Subject Sample 05:02

1.617Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:04

# 2 0.293Subject Sample 05:05

2.605Breath Volume 05:05

0.000Air Blank 05:05

0.079Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 04/27/2017 12:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:0004/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

05:00

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

PROFETTO

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:22

0.000Air Blank 06:23

0.079Control Test 06:23

0.000Air Blank 06:23

# 1 0.095Subject Sample 06:24

1.148Breath Volume 06:24

0.000Air Blank 06:25

0.000Air Blank 06:26

# 2 0.092Subject Sample 06:27

1.710Breath Volume 06:27

0.000Air Blank 06:28

0.080Control Test 06:28

0.000Air Blank 06:28

OKDiagnostics Check 06:29

Data Download Date/Time: 04/27/2017 12:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:0504/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:11

16:09

Jacksonville SO

CASHMAN,F

08/05/2018

17316080A3

Neptune Beach PD

MADSEN,CHRIS,R

KONOPKA

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:37

0.000Air Blank 18:37

0.080Control Test 18:37

0.000Air Blank 18:38

# 1Subject Sample 18:38 Subject Test Refused

0.000Breath Volume 18:38

0.000Air Blank 18:39

0.079Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:40

Data Download Date/Time: 04/27/2017 12:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:0704/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

00:45

Jacksonville SO

LANE,C

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

GORDON

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

# 1 0.000Subject Sample 03:36

4.269Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.000Subject Sample 03:39

2.679Breath Volume 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 04/27/2017 12:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:2204/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

02:36

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

PENNINGTON,EMILY,J

CHEEKS

04/13/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:50

# 1Subject Sample 03:53 Subject Test Refused

0.015Breath Volume 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 04/27/2017 12:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1304/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

23:01

Jacksonville SO

MARRERO,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

DONOHER

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1 0.000Subject Sample 01:29

1.812Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:32

1.730Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 05/12/2017 10:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1804/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:09

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

MURPHY

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 05/12/2017 10:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5704/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

23:50

Jacksonville SO

BAI,S

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

ZURVALEC

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 05/12/2017 10:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3504/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

01:32

Jacksonville SO

DZAMKO,J

08/05/2018

17316080A3

Neptune Beach PD

DINKINS,CHRISTOPHER,D

WATTS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

# 1 0.190Subject Sample 03:13

3.511Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.183Subject Sample 03:16

2.320Breath Volume 03:16

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 05/12/2017 10:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5404/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:14

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

JORDAN

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 05/12/2017 10:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:0104/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

02:16

Jacksonville SO

MOORE,A

08/05/2018

17316080A3

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

DEGROVE

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:41

# 1 0.130Subject Sample 04:42

3.390Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:44

# 2 0.128Subject Sample 04:45

2.546Breath Volume 04:45

0.000Air Blank 04:46

0.079Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:47

Data Download Date/Time: 05/12/2017 10:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:0704/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:00

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

WHITE

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:15

0.000Air Blank 19:15

0.080Control Test 19:16

0.000Air Blank 19:16

# 1 0.000Subject Sample 19:17

2.882Breath Volume 19:17

0.000Air Blank 19:17

0.000Air Blank 19:19

# 2 0.000Subject Sample 19:20

1.378Breath Volume 19:20

0.000Air Blank 19:21

0.080Control Test 19:21

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 05/12/2017 10:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:5904/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:38

Jacksonville SO

CAMACO,K

08/05/2018

17316080A3

Neptune Beach PD

DINKINS,CHRISTOPHER,D

GADDY

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1 0.185Subject Sample 21:00

2.339Breath Volume 21:00

0.000Air Blank 21:01

0.000Air Blank 21:02

# 2 0.183Subject Sample 21:03

2.519Breath Volume 21:03

0.000Air Blank 21:04

0.079Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 05/12/2017 10:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:4104/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

20:00

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

LOPEZ-RODRIGUEZ

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:06

# 1Subject Sample 22:06 Subject Test Refused

0.000Breath Volume 22:06

0.000Air Blank 22:06

0.079Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:3504/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

23:30

23:00

Clay County SO

RULON,N

06/05/2018

12716080A5

Green Cove Springs

ASHE,KEVIN,B

RULON

03/18/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.080Control Test 23:51

0.000Air Blank 23:51

# 1 0.000Subject Sample 23:52

1.800Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.000Subject Sample 23:55

1.578Breath Volume 23:55

0.000Air Blank 23:55

0.081Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 04/21/2017 08:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5604/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:08

Clay County SO

ALEXANDER,D

01/05/2019

32316080A2

Clay County SO

JOHNSON,MATTHEW,P

GIDDENS

03/18/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.193Subject Sample 02:05

3.375Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:07

# 2 0.187Subject Sample 02:08

3.109Breath Volume 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 04/21/2017 08:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3504/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:37

Clay County SO

MILLS,D

06/05/2018

12716080A5

Orange Park PD

ASHE,KEVIN,B

WARREN

03/18/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

# 1Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 04/21/2017 08:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:3104/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:50

Clay County SO

SENAK,K

01/05/2019

32316080A2

Clay County SO

ALTSTATT,MATTHEW,B

HIGGINBOTHAM

03/18/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:52

# 1Subject Sample 02:55 No Sample Provided

0.000Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2Subject Sample 02:59 Subject Test Refused

0.000Breath Volume 02:59

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 04/21/2017 08:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:4904/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:10

Clay County SO

KOEHLER,A

01/05/2019

32316080A2

Clay County SO

ALTSTATT,MATTHEW,B

MANGRUM

03/18/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:14

# 1 0.081Subject Sample 21:16

1.507Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.077Subject Sample 21:19

2.226Breath Volume 21:19

0.000Air Blank 21:19

0.079Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 04/21/2017 08:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:5704/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:00

18:27

Clay County SO

TYLER,M

06/05/2018

12716080A5

FFWCC (Lake City)

ASHE,KEVIN,B

DELANEY

04/21/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.080Control Test 19:35

0.000Air Blank 19:36

# 1 0.169Subject Sample 19:38

1.796Breath Volume 19:38

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.180Subject Sample 19:41

2.894Breath Volume 19:41

0.000Air Blank 19:42

0.078Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 05/19/2017 12:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:3404/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:33

Clay County SO

MILLS,D

06/05/2018

12716080A5

Orange Park PD

ASHE,KEVIN,B

MALLEY

04/21/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

# 1 0.231Subject Sample 02:17

3.121Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.249Subject Sample 02:21

2.929Breath Volume 02:21

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 05/19/2017 12:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:3004/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:18

Clay County SO

SOLIS,E

06/05/2018

12716080A5

Clay County SO

ASHE,KEVIN,B

WILLIAMS

04/21/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.079Control Test 00:56

0.000Air Blank 00:56

# 1 0.203Subject Sample 00:57

2.218Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.193Subject Sample 01:00

1.347Breath Volume 01:00

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 05/19/2017 12:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:0704/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:27

Dade City PD

SCHULDT,VICTORIA

09/05/2017

22315080A3

Pasco County SO

DOTY,DERRICK,J

SHAFFER

03/16/2017

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:06

0.000Air Blank 21:07

0.078Control Test 21:07

0.000Air Blank 21:07

# 1 0.123Subject Sample 21:08

2.164Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:10

# 2 0.112Subject Sample 21:11

1.523Breath Volume 21:11

0.000Air Blank 21:12

0.078Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 04/18/2017 17:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:3504/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

19:08

FHP Troop E

GARCIA,NOEL

03/09/2018

1824329

FFWCC (West Palm)

MARTIN,SHAWN,W

NIEVES

03/29/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:33

# 1Subject Sample 19:33 Subject Test Refused

0.000Breath Volume 19:33

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 04/30/2017 11:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:0804/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:47

Hardee County SO

HALL,JIM

12/10/2018

203498

Hardee County SO

CARTWRIGHT JR,GARY,W

VELEZ III

03/10/2017

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.171Subject Sample 02:26

1.949Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.172Subject Sample 02:30

1.421Breath Volume 02:30

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 04/26/2017 11:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001077CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:3904/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:28

Hardee County SO

WARD,SHANE

12/10/2018

203498

Hardee County SO

MONEY,MARY,L

GRAY

03/10/2017

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:06

# 1 0.337Subject Sample 21:07

2.570Breath Volume 21:07

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.335Subject Sample 21:10

2.085Breath Volume 21:10

0.000Air Blank 21:10

0.080Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 04/26/2017 11:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:2904/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:41

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2017

28515080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

REIDY

03/01/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

# 1Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 04/05/2017 19:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:1404/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

22:21

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2017

28515080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

HOOPER

03/01/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.000Subject Sample 22:31

3.101Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.000Subject Sample 22:34

2.453Breath Volume 22:34

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 04/05/2017 19:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:2004/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:36

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

JACKSON

03/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:46

# 1 0.013Subject Sample 20:46

1.382Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.012Subject Sample 20:49

1.464Breath Volume 20:49

0.000Air Blank 20:50

0.079Control Test 20:50

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 04/03/2017 14:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:5504/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:20

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

MORRIS

03/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.080Control Test 00:28

0.000Air Blank 00:28

# 1Subject Sample 00:31 No Sample Provided

0.000Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 04/03/2017 14:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:1704/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:32

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

SMITH

03/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

# 1 0.236Subject Sample 00:43

1.605Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.240Subject Sample 00:46

1.632Breath Volume 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 04/03/2017 14:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5504/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:03

Polk County SO

JONES,ALLEN

09/05/2018

20016080A1

FHP Troop C

LUCAS,NATHANIEL,

DIXON

03/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.200Subject Sample 03:25 Volume Not Met

0.441Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.215Subject Sample 03:29

1.968Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:31

# 3 0.208Subject Sample 03:32

1.242Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 04/03/2017 14:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:3004/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:54

Polk County SO

MELTZER,CHRISTOPHER

09/05/2018

20016080A1

Polk County SO

MELTZER,CHRISTOPHER,J

MARTINEZ

03/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

# 1 0.156Subject Sample 04:54

2.804Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.155Subject Sample 04:57

3.113Breath Volume 04:57

0.000Air Blank 04:58

0.079Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 04/03/2017 14:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:5304/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:55

Polk County SO

GREEN,JOSHUA

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

SEYMOUR

03/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:59

# 1Subject Sample 01:59 Subject Test Refused

0.000Breath Volume 01:59

0.000Air Blank 01:59

0.079Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 04/03/2017 14:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0004/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:00

Polk County SO

HURST,DAVID

09/05/2018

20016080A1

Polk County SO

LOUD,JOHN,D

VANTAT

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1 0.000Subject Sample 04:10

2.082Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.000Subject Sample 04:13

1.773Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:15

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5204/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:59

Polk County SO

CARRIER,JAMES

09/05/2018

20016080A1

Polk County SO

CARRIER,JAMES,D

O SULLIVAN

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1 0.190Subject Sample 02:11

1.558Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.188Subject Sample 02:15

2.035Breath Volume 02:15

0.000Air Blank 02:15

0.079Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:3104/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

19:53

Polk County SO

MCVEY,AMANDA

09/05/2018

20016080A1

Lake Wales PD

BOOHER,JOY,S

MARTIN

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.079Control Test 23:50

0.000Air Blank 23:50

# 1 0.138Subject Sample 23:51

1.546Breath Volume 23:51

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.135Subject Sample 23:53

1.367Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:5604/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:19

FHP Troop C

MORA,AARON

09/05/2018

20016080A1

FHP Troop C

MORA,AARON,J

LICEAGA

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.080Control Test 21:37

0.000Air Blank 21:37

# 1 0.115Subject Sample 21:39

1.597Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:41

# 2 0.114Subject Sample 21:42

1.519Breath Volume 21:42

0.000Air Blank 21:43

0.077Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:2404/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:23

Polk County SO

GONZALEZ,ARTURO

09/05/2018

20016080A1

Bartow PD

JEUDY,RINALDO,

BURKE

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:05

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:57:2804/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

08:51

Polk County SO

CHURCH,JOHN

09/05/2018

20016080A1

Polk County SO

CHURCH,JOHN,M

MCKEEN

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:50

0.000Air Blank 09:51

0.079Control Test 09:51

0.000Air Blank 09:52

# 1 0.164Subject Sample 09:52

2.335Breath Volume 09:52

0.000Air Blank 09:53

0.000Air Blank 09:55

# 2 0.168Subject Sample 09:55

2.183Breath Volume 09:55

0.000Air Blank 09:56

0.078Control Test 09:56

0.000Air Blank 09:57

OKDiagnostics Check 09:57

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:2104/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

21:59

FHP Troop C

KHAN,WAKEEL

09/05/2018

20016080A1

FHP Troop C

KHAN,WAKEEL,

SCHULZ

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.079Control Test 23:24

0.000Air Blank 23:24

# 1Subject Sample 23:24 Subject Test Refused

0.000Breath Volume 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0404/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:47

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

DORADO

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

# 1 0.192Subject Sample 00:43

2.742Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.171Subject Sample 00:46

1.761Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 3 0.165Subject Sample 00:49

1.746Breath Volume 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:51

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:3304/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:42

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

JEUDY,RINALDO,

JIMENEZ

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

0.000Air Blank 22:21

# 1 0.238Subject Sample 22:22

2.136Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.247Subject Sample 22:25

2.300Breath Volume 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:2604/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:35

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

DEEL

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1Subject Sample 02:44 No Sample Provided

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2Subject Sample 02:50 No Sample Provided

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:4904/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:42

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,R

MOEHRING

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

# 1Subject Sample 01:29 No Sample Provided

0.000Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:32

0.079Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:0304/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:13

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

COMER

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:07

# 1 0.122Subject Sample 02:08

2.148Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.121Subject Sample 02:11

1.753Breath Volume 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:13

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:5004/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

20:47

Polk County SO

CARRIER,JAMES

09/05/2018

20016080A1

Polk County SO

CARRIER,JAMES,D

MAHURIN

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.080Control Test 22:23

0.000Air Blank 22:23

# 1Subject Sample 22:26 No Sample Provided

0.000Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2Subject Sample 22:32 No Sample Provided

0.000Breath Volume 22:32

0.000Air Blank 22:32

0.080Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:4504/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:02

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

CAROCCIO

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

# 1Subject Sample 04:32 No Sample Provided

0.000Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2Subject Sample 04:38 No Sample Provided

0.000Breath Volume 04:38

0.000Air Blank 04:38

0.079Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:0604/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:42

Polk County SO

JOGLAR,JOSE

09/05/2018

20016080A1

Polk County SO

COKE,CLEVELAND,A

KOLKER

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:46

# 1 0.137Subject Sample 22:50 Volume Not Met

0.125Breath Volume 22:50

Air Blank 22:50 Improper Sample

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:1304/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:42

Polk County SO

JOGLAR,JOSE

09/05/2018

20016080A1

Polk County SO

COKE,COKE,A

KOLKER

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.078Control Test 23:10

0.000Air Blank 23:11

# 1Subject Sample 23:12 Subject Test Refused

0.000Breath Volume 23:12

0.000Air Blank 23:13

0.079Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:5504/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:42

Polk County SO

JOGLAR,JOSE

09/05/2018

20016080A1

Polk County SO

COKE,CLEVELAND,A

KOLKER

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.079Control Test 23:20

0.000Air Blank 23:20

# 1Subject Sample 23:23 Subject Test Refused

0.019Breath Volume 23:23

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3704/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:48

Polk County SO

BOONE,BRANDON

09/05/2018

20016080A1

Winter Haven PD

JEUDY,RINALDO,

HOLLIDAY

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:57

0.000Air Blank 02:57

# 1 0.169Subject Sample 02:58

1.886Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.176Subject Sample 03:02

2.578Breath Volume 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:4104/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:13

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

REDDICK

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

# 1 0.000Subject Sample 02:57

1.597Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.000Subject Sample 03:00

1.507Breath Volume 03:00

0.000Air Blank 03:00

0.080Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:5704/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

18:50

FHP Troop C

GUABA,JASON

09/05/2018

20016080A1

FHP Troop C

GUABA,JASON,T

MORALES

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.080Control Test 20:02

0.000Air Blank 20:02

# 1 0.000Subject Sample 20:05 Volume Not Met

0.601Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.000Subject Sample 20:11 Volume Not Met

0.265Breath Volume 20:11

0.000Air Blank 20:12

0.078Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:3904/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

18:47

Polk County SO

MARSHALL,RALPH

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

CAMFIELD

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

# 1 0.146Subject Sample 23:49

2.796Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.146Subject Sample 23:52

1.675Breath Volume 23:52

0.000Air Blank 23:52

0.080Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:43:4404/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:17

14:03

Polk County SO

CHURCH,JOHN

09/05/2018

20016080A1

Polk County SO

CHURCH,JOHN,M

WADDELL

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:40

0.000Air Blank 14:41

0.079Control Test 14:41

0.000Air Blank 14:42

# 1Subject Sample 14:42 Subject Test Refused

0.000Breath Volume 14:42

0.000Air Blank 14:42

0.079Control Test 14:43

0.000Air Blank 14:43

OKDiagnostics Check 14:43

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:2304/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:28

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,

MURPHY

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1 0.206Subject Sample 21:53 Volume Not Met

0.097Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.184Subject Sample 21:58 Volume Not Met

0.082Breath Volume 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:0704/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:07

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

DOUGLAS

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.079Control Test 22:17

0.000Air Blank 22:17

# 1 0.238Subject Sample 22:18

2.851Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:20

# 2 0.233Subject Sample 22:21

3.148Breath Volume 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:2704/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:52

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,

ESCANDONSOLIS

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

# 1 0.106Subject Sample 02:57

1.441Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.111Subject Sample 03:00

1.375Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:4904/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:31

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,

RODRIQUEZ

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.080Control Test 20:16

0.000Air Blank 20:16

# 1 0.361Subject Sample 20:17

1.464Breath Volume 20:17

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.328Subject Sample 20:23

1.210Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:25

# 3 0.358Subject Sample 20:26

1.324Breath Volume 20:26

0.000Air Blank 20:26

0.076Control Test 20:27

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1304/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

23:52

Polk County SO

FUORE,ROBERT

09/05/2018

20016080A1

Lake Alfred PD

BOOHER,JOY,S

WAMPLER

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1604/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:39

Polk County SO

VIERA,EMMANUEL

09/05/2018

20016080A1

Lake Wales PD

BOOHER,JOY,S

BHASHYAM

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

# 1 0.179Subject Sample 02:38

1.484Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 2 0.173Subject Sample 02:41

1.250Breath Volume 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:10:2904/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:37

14:05

Polk County SO

CLONINGER,KEITH

09/05/2018

20016080A1

Polk County SO

HAWKINS,KIMBERLY,J

EDWARDS

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:07

0.000Air Blank 15:08

0.080Control Test 15:08

0.000Air Blank 15:08

# 1Subject Sample 15:09 Subject Test Refused

0.000Breath Volume 15:09

0.000Air Blank 15:09

0.080Control Test 15:09

0.000Air Blank 15:10

OKDiagnostics Check 15:10

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:4404/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:11

Pasco County SO

LANE,MARC

10/05/2017

24515080A2

Pasco County SO

KNORR,PETER,J

HURLEY

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.080Control Test 00:42

0.000Air Blank 00:42

# 1 0.000Subject Sample 00:43

2.382Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.000Subject Sample 00:46

2.175Breath Volume 00:46

0.000Air Blank 00:46

0.080Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:1804/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:41

Pasco County SO

FITSCHEN,B

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

NATALIE

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

# 1 0.097Subject Sample 02:48

1.382Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.088Subject Sample 02:50

1.257Breath Volume 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1004/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

02:56

Pasco County SO

GARMON,T

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

HALLEY

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.079Control Test 03:59

0.000Air Blank 03:59

# 1 0.160Subject Sample 03:59

2.605Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.156Subject Sample 04:02

2.121Breath Volume 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:0804/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:18

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

DETWILER

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:08

# 1 0.094Subject Sample 04:09

2.281Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.086Subject Sample 04:12

1.621Breath Volume 04:12

0.000Air Blank 04:13

0.078Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:3204/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:04

Pasco County SO

PHILLIPS,WILLIAM

10/05/2017

24515080A2

Pasco County SO

BECKMAN,KEVIN,E

BODENSHOT

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1 0.000Subject Sample 21:55

1.683Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.000Subject Sample 21:59

1.515Breath Volume 21:59

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:1604/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

02:53

FHP Troop C

LANG,JACQUES

10/05/2017

24515080A2

FHP Troop C

LANG,JACQUES,A

WANSER

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

# 1 0.158Subject Sample 04:27

1.371Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.153Subject Sample 04:30

1.558Breath Volume 04:30

0.000Air Blank 04:31

0.079Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:2704/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:04

Pasco County SO

BLICKER,E

10/05/2017

24515080A2

Pasco County SO

KNORR,PETER,J

NAGORI

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.077Control Test 03:14

0.000Air Blank 03:15

# 1 0.195Subject Sample 03:16

1.191Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.199Subject Sample 03:19

1.601Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:0704/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

22:49

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

ELBANNA

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

# 2 0.000Subject Sample 23:59

1.367Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.000Subject Sample 00:02

1.289Breath Volume 00:02

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:4404/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:37

Pasco County SO

FITSCHEN,BRYAN

10/05/2017

24515080A2

Pasco County SO

WINTERS,LANE,A

JACKUS

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1 0.195Subject Sample 03:54

2.933Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.195Subject Sample 03:57

1.683Breath Volume 03:57

0.000Air Blank 03:57

0.079Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:0204/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:08

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

HUEBNER

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.079Control Test 02:10

0.000Air Blank 02:10

# 1 0.113Subject Sample 02:11

1.679Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.107Subject Sample 02:14

1.453Breath Volume 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:16

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:23:0604/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

16:55

FHP Troop C

GREEN,WILLIAM

10/05/2017

24515080A2

FHP Troop C

GREEN,WILLIAM,E

MUNSON

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:17

0.000Air Blank 18:17

0.079Control Test 18:17

0.000Air Blank 18:18

# 1 0.155Subject Sample 18:18

1.335Breath Volume 18:18

0.000Air Blank 18:19

0.000Air Blank 18:21

# 2 0.156Subject Sample 18:21

1.316Breath Volume 18:21

0.000Air Blank 18:22

0.079Control Test 18:22

0.000Air Blank 18:23

OKDiagnostics Check 18:23

Data Download Date/Time: 04/19/2017 09:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2804/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:28

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

HOLLOWELL

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.169Subject Sample 01:38

2.164Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.151Subject Sample 01:41

1.378Breath Volume 01:41

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:4504/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

00:53

FHP Troop C

BLYTH,JACOB

10/05/2017

24515080A2

FHP Troop C

BLYTH,JACOB,A

LOPRETTO

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.077Control Test 02:47

0.000Air Blank 02:47

# 1 0.186Subject Sample 02:48

1.707Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.174Subject Sample 02:51

1.164Breath Volume 02:51

0.000Air Blank 02:51

0.078Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5004/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:54

FHP Troop C

NOTTINGHAM,CHRISTOPHER

10/05/2017

24515080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

SERDAROGLU

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

# 1 0.141Subject Sample 04:08

3.390Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.134Subject Sample 04:11

1.375Breath Volume 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:4604/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:13

FHP Troop C

NOTTINGHAM,CHRISTOPHER

10/05/2017

24515080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

MCCARTHY

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:16

# 1 0.079Subject Sample 04:17

1.339Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.081Subject Sample 04:20

2.527Breath Volume 04:20

0.000Air Blank 04:20

0.081Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:2504/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:18

Pasco County SO

ENDRICKS,KELLY

10/05/2017

24515080A2

Pasco County SO

CINELLI,ADAM,D

WHEATLEY

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:26

0.079Control Test 17:26

0.000Air Blank 17:27

# 1 0.163Subject Sample 17:28

2.582Breath Volume 17:28

0.000Air Blank 17:28

0.000Air Blank 17:30

# 2 0.169Subject Sample 17:30

1.828Breath Volume 17:30

0.000Air Blank 17:31

0.079Control Test 17:31

0.000Air Blank 17:32

OKDiagnostics Check 17:32

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:23:1204/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:56

16:48

FHP Troop C

BLYTH,JACOB

10/05/2017

24515080A2

FHP Troop C

BLYTH,JACOB,A

FERET

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:16

0.000Air Blank 18:17

0.077Control Test 18:17

0.000Air Blank 18:17

# 1 0.165Subject Sample 18:18

3.972Breath Volume 18:18

0.000Air Blank 18:19

0.000Air Blank 18:21

# 2 0.171Subject Sample 18:21

3.996Breath Volume 18:21

0.000Air Blank 18:22

0.078Control Test 18:22

0.000Air Blank 18:23

OKDiagnostics Check 18:23

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:2204/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:18

Pasco County SO

BRANT,DANA

10/05/2017

24515080A2

Pasco County SO

WINTERS,LANE,A

ALBURY

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.079Control Test 00:24

0.000Air Blank 00:24

# 1 0.113Subject Sample 00:25

1.996Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.112Subject Sample 00:28

1.851Breath Volume 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2304/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

23:39

Pasco County SO

REGAN,E

10/05/2017

24515080A2

Pasco County SO

WINTERS,LANE,A

WHITE

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

# 1 0.224Subject Sample 01:15

2.535Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.219Subject Sample 01:18

1.816Breath Volume 01:18

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:58:3204/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:31

05:13

Pasco County SO

MALDONADO,SOLOMON

10/05/2017

24515080A2

Zephyrhills PD

ROSENBLOOM,MATTHEW,S

MEDINA

03/15/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:51

0.000Air Blank 06:51

0.079Control Test 06:52

0.000Air Blank 06:52

# 1 0.226Subject Sample 06:53

3.503Breath Volume 06:53

0.000Air Blank 06:53

0.000Air Blank 06:55

# 2 0.215Subject Sample 06:57

3.050Breath Volume 06:57

0.000Air Blank 06:57

0.079Control Test 06:57

0.000Air Blank 06:58

OKDiagnostics Check 06:58

Data Download Date/Time: 04/19/2017 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3804/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:15

FHP Troop C

NOTTINGHAM,CHRISTOPHER

10/05/2017

24515080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

MCMILLAN

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

# 1 0.195Subject Sample 01:21

1.308Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.212Subject Sample 01:25

1.535Breath Volume 01:25

0.000Air Blank 01:25

0.079Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:0404/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:02

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

NELSON

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.079Control Test 05:16

0.000Air Blank 05:17

# 1 0.179Subject Sample 05:17

1.281Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.166Subject Sample 05:21

1.667Breath Volume 05:21

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:23

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:27:0204/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

11:54

Port Richey PD

WILLIAMS,ROBERT

10/05/2017

24515080A2

Port Richey PD

WILLIAMS,ROBERT,R

MARIANI

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:20

0.000Air Blank 13:21

0.079Control Test 13:21

0.000Air Blank 13:22

# 1 0.158Subject Sample 13:22

1.515Breath Volume 13:22

0.000Air Blank 13:23

0.000Air Blank 13:25

# 2 0.155Subject Sample 13:25

1.593Breath Volume 13:25

0.000Air Blank 13:26

0.079Control Test 13:26

0.000Air Blank 13:26

OKDiagnostics Check 13:27

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:0704/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:01

Pasco County SO

KNORR,PETER

10/05/2017

24515080A2

Pasco County SO

KNORR,PETER,J

GOFORTH

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.079Control Test 20:07

0.000Air Blank 20:07

# 1 0.063Subject Sample 20:08

3.382Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:10

# 2 0.065Subject Sample 20:11

2.824Breath Volume 20:11

0.000Air Blank 20:12

0.078Control Test 20:12

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:27:5004/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:01

08:40

FHP Troop C

NARINE,NANDKISHORE

10/05/2017

24515080A2

FHP Troop C

NARINE,NANDKISHORE,

MARTINEZ JR

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:24

0.000Air Blank 10:25

0.079Control Test 10:25

0.000Air Blank 10:26

# 1Subject Sample 10:26 Subject Test Refused

0.000Breath Volume 10:26

0.000Air Blank 10:26

0.080Control Test 10:27

0.000Air Blank 10:27

OKDiagnostics Check 10:27

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:3204/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:14

14:16

FHP Troop C

GREEN,WILLIAM

10/05/2017

24515080A2

FHP Troop C

GREEN,WILLIAM,E

PARROTT

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:35

0.000Air Blank 15:35

0.080Control Test 15:35

0.000Air Blank 15:36

# 1 0.000Subject Sample 15:36

4.281Breath Volume 15:36

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2 0.000Subject Sample 15:40

4.519Breath Volume 15:40

0.000Air Blank 15:40

0.080Control Test 15:40

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:5204/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:59

19:18

Pasco County SO

IVEY,BRIAN

10/05/2017

24515080A2

Pasco County SO

IVEY,BRIAN,J

ALLEN

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:20

0.079Control Test 20:20

0.000Air Blank 20:20

# 1 0.207Subject Sample 20:21

3.226Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:23

# 2 0.193Subject Sample 20:24

2.023Breath Volume 20:24

0.000Air Blank 20:24

0.078Control Test 20:25

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1604/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

02:00

Pasco County SO

PENNELL,R

10/05/2017

24515080A2

Pasco County SO

BARROW,M,A

OLLIER

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

# 1 0.153Subject Sample 02:50

2.257Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.138Subject Sample 02:53

1.238Breath Volume 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:0204/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:44

FHP Troop C

BLYTH,JACOB

10/05/2017

24515080A2

FHP Troop C

BLYTH,JACOB,A

PATEL

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.077Control Test 23:46

0.000Air Blank 23:46

# 1 0.175Subject Sample 23:49 Volume Not Met

0.214Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.186Subject Sample 23:55 Volume Not Met

0.367Breath Volume 23:55

0.000Air Blank 23:56

0.077Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:57

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:4204/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:44

FHP Troop C

BLYTH,JACOB

10/05/2017

24515080A2

FHP Troop C

BLYTH,JACOB,A

PATEL

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.077Control Test 00:02

0.000Air Blank 00:02

# 1 0.184Subject Sample 00:05 Volume Not Met

0.136Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2Subject Sample 00:08 Subject Test Refused

0.000Breath Volume 00:08

0.000Air Blank 00:08

0.077Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5404/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:45

FHP Troop C

SEQUEIRA,NATHAN

10/05/2017

24515080A2

FHP Troop C

CASTILLO,JOSUET,

AYERS

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:2904/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

20:29

FHP Troop C

SEQUEIRA,NATHAN

10/05/2017

24515080A2

FHP Troop C

CASTILLO,JOSUET,

MCMILLAN

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.081Control Test 21:28

0.000Air Blank 21:28

# 1Subject Sample 21:29 Subject Test Refused

0.000Breath Volume 21:29

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0104/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:15

Pasco County SO

GIBSON,STEPHEN

10/05/2017

24515080A2

Pasco County SO

AUCH,ROBERT,A

REY

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:5504/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

08:07

FHP Troop C

NOTTINGHAM,CHRISTOPHER

10/05/2017

24515080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

JONES

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.080Control Test 21:51

0.000Air Blank 21:51

# 1 0.197Subject Sample 21:52

2.285Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.176Subject Sample 21:55

1.890Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:57

# 3 0.188Subject Sample 21:58

3.281Breath Volume 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5204/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:48

Pasco County SO

FITTS,DEREK

10/05/2017

24515080A2

Pasco County SO

MONSEGUR,ROBERT,

SAMPLES

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:05

# 1 0.109Subject Sample 04:06

2.296Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:08

# 2 0.114Subject Sample 04:09

3.734Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:3804/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:32

Pasco County SO

PEASE,MATTHEW

10/05/2017

24515080A2

Pasco County SO

MONSEGUR,ROBERT,

RODRIGUEZ

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.080Control Test 04:41

0.000Air Blank 04:41

# 1 0.113Subject Sample 04:42

3.226Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.108Subject Sample 04:45

2.546Breath Volume 04:45

0.000Air Blank 04:45

0.079Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:43:2704/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

06:27

Pasco County SO

PHILLIPS,W

10/05/2017

24515080A2

Pasco County SO

PHILLIPS,W,J

SMITH

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:34

0.000Air Blank 07:34

0.078Control Test 07:34

0.000Air Blank 07:35

# 1 0.216Subject Sample 07:36

1.207Breath Volume 07:36

0.000Air Blank 07:37

0.000Air Blank 07:39

# 2 0.223Subject Sample 07:41

1.136Breath Volume 07:41

0.000Air Blank 07:42

0.077Control Test 07:42

0.000Air Blank 07:43

OKDiagnostics Check 07:43

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:0304/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:56

Pasco County SO

CINELLI,ADAM

10/05/2017

24515080A2

Pasco County SO

CINELLI,ADAM,D

SHELTON

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:46

# 1 0.178Subject Sample 19:47

1.980Breath Volume 19:47

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.169Subject Sample 19:50

1.160Breath Volume 19:50

0.000Air Blank 19:51

0.080Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:52

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3004/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

03:01

Plantation PD

VEGA,OFC. B.

07/05/2018

14816080A2

Plantation PD

BROSKIE,OFC. J.,

WATSON

03/18/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:32

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 04/27/2017 15:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:5004/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:53

Plantation PD

GOSS,TRAVIS

07/05/2018

14816080A2

Plantation PD

GOSS,TRAVIS,A

KLEIN

03/18/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.078Control Test 00:25

0.000Air Blank 00:26

# 1 0.238Subject Sample 00:29 Slope Not Level

1.113Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.271Subject Sample 00:33

1.433Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:35

# 3 0.265Subject Sample 00:37

1.960Breath Volume 00:37

0.000Air Blank 00:37

0.075Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 04/27/2017 15:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:3904/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:42

Plantation PD

VEGA,BRENNAN

07/05/2018

14816080A2

Plantation PD

GONZALEZ,ERIC,C

D'AMBROSIO

03/18/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.079Control Test 22:42

0.000Air Blank 22:42

# 1 0.122Subject Sample 22:43

2.222Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.115Subject Sample 22:47

1.253Breath Volume 22:47

0.000Air Blank 22:47

0.078Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 04/27/2017 15:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:4804/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:09

Plantation PD

SHEPPARD,B

07/05/2018

14816080A2

Plantation PD

ROJAS,B,

SOLOMON

03/18/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.079Control Test 02:04

0.000Air Blank 02:04

# 1 0.264Subject Sample 02:07 Slope Not Level

1.605Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2Subject Sample 02:13 Subject Test Refused

0.886Breath Volume 02:13

0.000Air Blank 02:13

0.076Control Test 02:14

Air Blank 02:14 RFI Detect

0.000Air Blank 02:14

Data Download Date/Time: 04/27/2017 15:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:3204/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

20:47

Plantation PD

MARLEY,KEVIN

07/05/2018

14816080A2

Plantation PD

IASILLO,MARK,P

DIAZ-DRAGO

04/27/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

Air Blank 23:18 RFI Detect

0.000Air Blank 23:18

Data Download Date/Time: 05/26/2017 12:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:0904/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

20:47

Plantation PD

MARLEY,OFC K

07/05/2018

14816080A2

Plantation PD

IASILLO,OFC M,P

DIAZ-DRAGO

04/27/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.080Control Test 23:22

0.000Air Blank 23:22

# 1Subject Sample 23:22 Subject Test Refused

0.000Breath Volume 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 05/26/2017 12:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:5404/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:58

FHP Troop C

CAMPBELL,JOSHUA

05/05/2018

09216080A3

FHP Troop C

CAMPBELL,JOSHUA,C

GALASSO

03/20/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 23:12 Voltage/Current Test

0.000Air Blank 23:12

Data Download Date/Time: 04/28/2017 22:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:5304/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:58

FHP Troop C

CAMPBELL,JOSHUA

05/05/2018

09216080A3

FHP Troop C

CAMPBELL,JOSHUA,C

ASSO

03/20/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.080Control Test 23:15

0.000Air Blank 23:16

# 1 0.142Subject Sample 23:17

4.117Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.130Subject Sample 23:20

3.714Breath Volume 23:20

0.000Air Blank 23:20

0.079Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 04/28/2017 22:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:3204/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:55

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

ECKEL

03/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:23

# 1 0.175Subject Sample 04:23

3.171Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.177Subject Sample 04:27

2.507Breath Volume 04:27

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 04/30/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:3404/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

21:07

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

ROBINSON

03/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.080Control Test 21:28

0.000Air Blank 21:28

# 1Subject Sample 21:31 Subject Test Refused

0.000Breath Volume 21:31

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 04/30/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0904/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:19

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

MORALES

03/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

# 1 0.029Subject Sample 02:41

1.851Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.029Subject Sample 02:44

2.675Breath Volume 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/30/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:1204/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:50

FHP Troop A

WAGNER,BRETT

02/21/2020

712031

FHP Troop A

WAGNER,BRETT,M

OREILY

03/31/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.081Control Test 04:24

0.000Air Blank 04:24

# 1 0.000Subject Sample 04:25

2.804Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.000Subject Sample 04:28

3.101Breath Volume 04:28

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 04/03/2017 17:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5604/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:14

FHP Troop A

BAILEY,RAYMOND

02/21/2020

712031

FHP Troop A

BAILEY,RAYMOND,F

PARISH

03/31/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.081Control Test 02:24

0.000Air Blank 02:24

# 1 0.167Subject Sample 02:25

3.156Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.166Subject Sample 02:28

3.113Breath Volume 02:28

0.000Air Blank 02:29

0.082Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 04/03/2017 17:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:40:3504/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:09

13:31

FHP Troop A

YASUDA,SHOHEI

02/21/2020

712031

FHP Troop A

YASUDA,SHOHEI,

MASSEO

04/03/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:34

0.000Air Blank 14:34

0.082Control Test 14:35

0.000Air Blank 14:35

# 1 0.000Subject Sample 14:36

1.687Breath Volume 14:36

0.000Air Blank 14:36

0.000Air Blank 14:38

# 2 0.000Subject Sample 14:39

1.574Breath Volume 14:39

0.000Air Blank 14:39

0.081Control Test 14:40

0.000Air Blank 14:40

OKDiagnostics Check 14:40

Data Download Date/Time: 05/03/2017 11:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:09:1604/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

16:13

FHP Troop A

WILEY,DAVID

02/21/2020

712031

FHP Troop A

WILEY,DAVID,W

RICHARDSON

04/03/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:06

0.000Air Blank 17:06

0.081Control Test 17:07

0.000Air Blank 17:07

# 1Subject Sample 17:07 Subject Test Refused

0.000Breath Volume 17:07

0.000Air Blank 17:08

0.081Control Test 17:08

0.000Air Blank 17:09

OKDiagnostics Check 17:09

Data Download Date/Time: 05/03/2017 11:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:0704/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:34

FHP Troop D

HITCHCOCK,WILLIAM

12/30/2019

666491

FHP Troop D

HITCHCOCK,WILLIAM,D

JOHNSON

03/22/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.083Control Test 05:18

0.000Air Blank 05:19

# 1 0.163Subject Sample 05:19

1.394Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.158Subject Sample 05:22

2.574Breath Volume 05:22

0.000Air Blank 05:23

0.082Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 04/30/2017 04:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:27:4004/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:56

15:44

FHP Troop D

WENZEL,THOMAS

12/30/2019

666491

FHP Troop D

WENZEL,THOMAS,J

SAFFORD

03/22/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:19

0.000Air Blank 16:19

0.083Control Test 16:19

0.000Air Blank 16:20

# 1 0.091Subject Sample 16:22

2.593Breath Volume 16:22

0.000Air Blank 16:23

0.000Air Blank 16:25

# 2 0.081Subject Sample 16:26

1.589Breath Volume 16:26

0.000Air Blank 16:26

0.081Control Test 16:27

0.000Air Blank 16:27

OKDiagnostics Check 16:27

Data Download Date/Time: 04/30/2017 04:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4004/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:13

FHP Troop D

JUDAH,DAVID

12/30/2019

666491

FHP Troop D

JUDAH,DAVID,B

SCHUMERS

03/22/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.082Control Test 02:04

0.000Air Blank 02:04

# 1 0.195Subject Sample 02:05

2.996Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.186Subject Sample 02:08

2.785Breath Volume 02:08

0.000Air Blank 02:08

0.081Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 04/30/2017 04:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:2404/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:15

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

MARTIN

03/20/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.083Control Test 00:28

0.000Air Blank 00:28

# 1 0.185Subject Sample 00:29

1.945Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.192Subject Sample 00:31

2.609Breath Volume 00:31

0.000Air Blank 00:32

0.083Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 04/28/2017 22:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:3404/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

05:04

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

MIGHTY

03/20/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:17

0.082Control Test 05:17

0.000Air Blank 05:17

# 1 0.183Subject Sample 05:18

2.769Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.181Subject Sample 05:21

1.773Breath Volume 05:21

0.000Air Blank 05:21

0.082Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 04/28/2017 22:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:0404/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:34

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

HARGIS

03/20/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

Air Blank 22:45 RFI Detect

0.000Air Blank 22:46

Data Download Date/Time: 04/28/2017 22:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:2704/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:34

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

HARGIS

03/20/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.083Control Test 22:48

0.000Air Blank 22:49

# 1 0.164Subject Sample 22:50

1.906Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.160Subject Sample 22:53

2.039Breath Volume 22:53

0.000Air Blank 22:54

0.084Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 04/28/2017 22:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2204/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:24

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

FLAHERTY

03/20/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.083Control Test 02:34

0.000Air Blank 02:35

# 1 0.117Subject Sample 02:35

2.117Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.122Subject Sample 02:38

1.574Breath Volume 02:38

0.000Air Blank 02:39

0.083Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 04/28/2017 22:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:2504/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

19:37

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

VEGA

03/20/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:21

Air Blank 20:21 Sequence Aborted

0.000Air Blank 20:22

Data Download Date/Time: 04/28/2017 22:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0204/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:25

Deland PD

RAMKISSOON,K

06/13/2018

AG616503

Deland PD

WALTER,C,K

BROUSSEAU

04/27/2017

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.078Control Test 04:36

0.000Air Blank 04:37

# 1Subject Sample 04:37 Subject Test Refused

0.000Breath Volume 04:37

0.000Air Blank 04:38

0.077Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:39

Data Download Date/Time: 05/23/2017 14:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:03:2304/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:33

13:50

Deland PD

COOPER,WILLIAM

06/13/2018

AG616503

Deland PD

PETRELLA,TRINITY,J

MILLER

04/27/2017

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:00

0.000Air Blank 15:01

0.077Control Test 15:01

0.000Air Blank 15:01

# 1Subject Sample 15:02 Subject Test Refused

0.000Breath Volume 15:02

0.000Air Blank 15:02

0.077Control Test 15:02

0.000Air Blank 15:03

OKDiagnostics Check 15:03

Data Download Date/Time: 05/23/2017 14:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3004/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:58

Tallahassee PD

BRAXTON,D

06/05/2017

13115080A1

Tallahassee PD

BRAXTON,D,L

RAZMINAS

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.078Control Test 00:47

0.000Air Blank 00:47

# 1 0.082Subject Sample 00:48

1.410Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.077Subject Sample 00:50

2.546Breath Volume 00:50

0.000Air Blank 00:51

0.077Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 04/13/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:1404/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

03:43

Tallahassee PD

NORTHWAY,GEORGIA

06/05/2017

13115080A1

Tallahassee PD

KELLER,DAVID,

CRECY STALLWORTH

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.078Control Test 05:11

0.000Air Blank 05:12

# 1 0.180Subject Sample 05:12

1.585Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.177Subject Sample 05:15

1.882Breath Volume 05:15

0.000Air Blank 05:16

0.078Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 04/13/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:5304/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

19:57

Tallahassee PD

FARMER,GLENCHARLES

06/05/2017

13115080A1

Tallahassee PD

FARMER,GLENCHARLES,J

FISHER

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.078Control Test 21:14

0.000Air Blank 21:15

# 1Subject Sample 21:15 Subject Test Refused

0.000Breath Volume 21:15

0.000Air Blank 21:15

0.078Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 04/13/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1204/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:43

Tallahassee PD

BULLOCK,JOSHUA

06/05/2017

13115080A1

Tallahassee PD

BULLOCK,JOSHUA,R

WARREN

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.077Control Test 23:42

0.000Air Blank 23:43

# 1 0.126Subject Sample 23:43

1.464Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.127Subject Sample 23:46

2.371Breath Volume 23:46

0.000Air Blank 23:47

0.077Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 04/13/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:42:0704/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:28

Leon County SO

OCONNOR,STEPHEN

06/05/2017

13115080A1

Leon County SO

HOWARD,BLAKE,A

ONEAL

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:37

0.000Air Blank 15:37

0.076Control Test 15:38

0.000Air Blank 15:38

# 1Subject Sample 15:41 Sequence Aborted

0.648Breath Volume 15:41

0.000Air Blank 15:42

Data Download Date/Time: 04/13/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:58:1204/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

14:28

Leon County SO

OCONNOR,STEPHEN

06/05/2017

13115080A1

Leon County SO

HOWARD,BLAKE,A

ONEAL

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:43

0.000Air Blank 15:44

0.076Control Test 15:44

0.000Air Blank 15:45

# 1 0.114Subject Sample 15:47

1.617Breath Volume 15:47

0.000Air Blank 15:48

0.000Air Blank 15:49

# 2 0.121Subject Sample 15:53 Volume Not Met

0.109Breath Volume 15:53

0.000Air Blank 15:53

0.000Air Blank 15:55

# 3 0.111Subject Sample 15:56

1.660Breath Volume 15:56

0.000Air Blank 15:57

0.075Control Test 15:57

0.000Air Blank 15:58

OKDiagnostics Check 15:58

Data Download Date/Time: 04/13/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3704/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:54

Tallahassee PD

NORTHWAY,GEORGIA

06/05/2017

13115080A1

Tallahassee PD

KELLER,DAVID,

HALL SHEPARD

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.078Control Test 03:44

0.000Air Blank 03:44

# 1 0.121Subject Sample 03:47 Volume Not Met

0.574Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.135Subject Sample 03:51

1.250Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 3 0.122Subject Sample 03:57 Volume Not Met

0.863Breath Volume 03:57

0.000Air Blank 03:57

0.077Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/13/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3604/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:03

FHP Troop H

LECKINGER,MICHAEL

06/05/2017

13115080A1

FHP Troop H

AH SAM,GREGORY,S

LEWIS

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.078Control Test 03:06

0.000Air Blank 03:07

# 1 0.168Subject Sample 03:08

2.203Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.169Subject Sample 03:11

2.722Breath Volume 03:11

0.000Air Blank 03:11

0.076Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 04/13/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:3104/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:37

Tallahassee PD

NORTHWAY,GEORGIA

06/05/2017

13115080A1

Tallahassee PD

BULLOCK,JOSHUA,R

YOUNG

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:29

0.079Control Test 05:29

0.000Air Blank 05:30

# 1 0.105Subject Sample 05:31

2.218Breath Volume 05:31

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.112Subject Sample 05:34

2.023Breath Volume 05:34

0.000Air Blank 05:34

0.079Control Test 05:34

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 04/13/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1404/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:28

FHP Troop H

LECKINGER,MICHAEL

06/05/2017

13115080A1

FHP Troop H

LECKINGER,MICHAEL,E

WHITE

03/09/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.076Control Test 03:58

0.000Air Blank 03:59

# 1 0.208Subject Sample 03:59

1.535Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.202Subject Sample 04:02

1.441Breath Volume 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 04/13/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:0104/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:07

Tallahassee PD

ROY,G

06/05/2017

13115080A1

Tallahassee PD

ROY,G,

DONTIGNY

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:12

0.000Air Blank 19:13

0.078Control Test 19:13

0.000Air Blank 19:14

# 1 0.213Subject Sample 19:15

1.414Breath Volume 19:15

0.000Air Blank 19:15

0.000Air Blank 19:17

# 2 0.211Subject Sample 19:18

1.496Breath Volume 19:18

0.000Air Blank 19:19

0.077Control Test 19:19

0.000Air Blank 19:19

OKDiagnostics Check 19:20

Data Download Date/Time: 05/04/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:4904/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:17

Tallahassee PD

ROY,G

06/05/2017

13115080A1

Tallahassee PD

ROY,G,

KIMBRELL

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.078Control Test 00:00

0.000Air Blank 00:00

# 1 0.165Subject Sample 00:01

1.628Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.158Subject Sample 00:04

2.000Breath Volume 00:04

0.000Air Blank 00:04

0.078Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 05/04/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:0104/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:52

Tallahassee PD

FARMER,GLENCHARLES

06/05/2017

13115080A1

Tallahassee PD

FARMER,GLENCHARLES,J

SMITH

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.078Control Test 00:32

0.000Air Blank 00:32

# 1 0.147Subject Sample 00:33

3.648Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.147Subject Sample 00:36

3.664Breath Volume 00:36

0.000Air Blank 00:37

0.077Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:38

Data Download Date/Time: 05/04/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:5704/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:02

FL State University

WILSON,BRANDON

06/05/2017

13115080A1

FL State University

WILSON,BRANDON,J

SALGADO

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.078Control Test 02:40

0.000Air Blank 02:41

# 1 0.206Subject Sample 02:43

1.390Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.214Subject Sample 02:47

2.464Breath Volume 02:47

0.000Air Blank 02:48

0.077Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 05/04/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:2704/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:51

Tallahassee PD

DAVIS,CHAD

06/05/2017

13115080A1

Tallahassee PD

SODERHOLM,CHELSEA,C

KING

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.077Control Test 02:56

0.000Air Blank 02:57

# 1 0.255Subject Sample 02:58

1.480Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.250Subject Sample 03:00

1.500Breath Volume 03:00

0.000Air Blank 03:01

0.077Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 05/04/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:5604/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:27

FHP Troop H

LECKINGER,M

06/05/2017

13115080A1

FHP Troop H

AH SAM,GREGORY,S

RABEI

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.076Control Test 03:44

0.000Air Blank 03:44

# 1 0.180Subject Sample 03:45

2.472Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.184Subject Sample 03:48

1.464Breath Volume 03:48

0.000Air Blank 03:49

0.077Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 05/04/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:3604/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:27

FHP Troop H

LECKINGER,MICHAEL

06/05/2017

13115080A1

FHP Troop H

AH SAM,GREGORY,S

KHAWAJA

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.078Control Test 04:14

0.000Air Blank 04:14

# 1 0.098Subject Sample 04:15

1.187Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.103Subject Sample 04:19

1.550Breath Volume 04:19

0.000Air Blank 04:19

0.077Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 05/04/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:0704/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:52

FHP Troop H

WOODWARD,KYLER

06/05/2017

13115080A1

FHP Troop H

WOODWARD,KYLER,D

EDGAR

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.078Control Test 21:37

0.000Air Blank 21:37

# 1Subject Sample 21:37 Subject Test Refused

0.000Breath Volume 21:37

0.000Air Blank 21:38

0.078Control Test 21:38

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1204/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:42

FHP Troop H

AH SAM,GREGORY

06/05/2017

13115080A1

FHP Troop H

AH SAM,GREGORY,S

CERNA MORAN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.077Control Test 03:55

0.000Air Blank 03:55

# 1 0.145Subject Sample 03:57

1.585Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.146Subject Sample 04:00

1.621Breath Volume 04:00

0.000Air Blank 04:01

0.077Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:5304/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:20

Tallahassee PD

HARRIS,JAMES

06/05/2017

13115080A1

Tallahassee PD

HARRIS,JAMES,J

FRANKS

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.077Control Test 04:08

0.000Air Blank 04:09

# 1 0.182Subject Sample 04:09

1.851Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:11

# 2 0.194Subject Sample 04:12

2.457Breath Volume 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:4004/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:16

Tallahassee PD

KELLER,DAVID

06/05/2017

13115080A1

Tallahassee PD

KELLER,DAVID,

HORNE

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.077Control Test 04:19

0.000Air Blank 04:19

# 1 0.022Subject Sample 04:20

3.113Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.023Subject Sample 04:23

2.714Breath Volume 04:23

0.000Air Blank 04:23

0.078Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2704/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:20

Leon County SO

KESSLING,RYAN

06/05/2017

13115080A1

Leon County SO

MATTHEWS,JESSE,L

LOPEZ

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.077Control Test 02:11

0.000Air Blank 02:11

# 1Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:4304/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:15

Tallahassee PD

ROY,G

06/05/2017

13115080A1

Tallahassee PD

ROY,G,

PATRICK

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

# 1 0.000Subject Sample 23:17

2.179Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.000Subject Sample 23:20

3.214Breath Volume 23:20

0.000Air Blank 23:20

0.078Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:4204/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:26

Tallahassee PD

OHARA,KAMERON

06/05/2017

13115080A1

Tallahassee PD

SODERHOLM,CHELSEA,C

FROCKT

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.078Control Test 01:25

0.000Air Blank 01:25

# 1 0.153Subject Sample 01:26

1.250Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.166Subject Sample 01:31

1.519Breath Volume 01:31

0.000Air Blank 01:31

0.077Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3004/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:23

Tallahassee PD

KELLER,DAVID

06/05/2017

13115080A1

Tallahassee PD

KELLER,DAVID,

HATTEN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.077Control Test 03:18

0.000Air Blank 03:18

# 1 0.114Subject Sample 03:19

1.230Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.116Subject Sample 03:22

1.535Breath Volume 03:22

0.000Air Blank 03:22

0.077Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:2804/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:06

Tallahassee PD

BRAXTON,D

06/05/2017

13115080A1

Tallahassee PD

BRAXTON,D,L

QUINN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.078Control Test 03:37

0.000Air Blank 03:37

# 1 0.093Subject Sample 03:38

2.160Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.096Subject Sample 03:40

2.234Breath Volume 03:40

0.000Air Blank 03:41

0.077Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:4104/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:03

Tallahassee PD

KELLER,DAVID

06/05/2017

13115080A1

Tallahassee PD

KELLER,DAVID,

HANRAHAN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:52

0.078Control Test 04:52

0.000Air Blank 04:53

# 1 0.243Subject Sample 04:53

1.597Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.226Subject Sample 04:57

1.679Breath Volume 04:57

0.000Air Blank 04:57

0.073Control Test 04:58 Control Outside Tolerance

0.000Air Blank 04:58

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:2604/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:03

Tallahassee PD

KELLER,DAVID

06/05/2017

13115080A1

Tallahassee PD

KELLER,DAVID,1

HANRAHAN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.068Control Test 05:01 Control Outside Tolerance

0.000Air Blank 05:02

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:3704/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:03

Tallahassee PD

KELLER,DAVID

07/05/2018

14816080A3

Tallahassee PD

KELLER,DAVID,

HANRAHAN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.071Control Test 05:08 Control Outside Tolerance

0.000Air Blank 05:08

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:5504/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:03

Tallahassee PD

KELLER,DAVID

07/05/2018

14816080A3

Tallahassee PD

KELLER,DAVID,

HANRAHAN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.074Control Test 05:13 Control Outside Tolerance

0.000Air Blank 05:13

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:4304/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:05

Tallahassee PD

SMIDT,M

07/05/2018

14816080A3

Tallahassee PD

SMIDT,M,

WILLIAMS

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.078Control Test 03:55

0.000Air Blank 03:55

# 1 0.154Subject Sample 03:56

3.144Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.153Subject Sample 03:59

2.843Breath Volume 03:59

0.000Air Blank 03:59

0.077Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:2604/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:53

FL State University

WILSON,BRANDON

07/05/2018

14816080A3

FL State University

WILSON,BRANDON,J

PATE

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.078Control Test 22:45

0.000Air Blank 22:45

# 1Subject Sample 22:46 Subject Test Refused

0.000Breath Volume 22:46

0.000Air Blank 22:46

0.078Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2204/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:45

FL State University

LALLI,TAREN

07/05/2018

14816080A3

FL State University

WILSON,BRANDON,J

MENDOZA

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:20

# 1Subject Sample 23:23 No Sample Provided

0.000Breath Volume 23:23

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2Subject Sample 23:29 No Sample Provided

0.000Breath Volume 23:29

0.000Air Blank 23:29

0.079Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1204/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:28

Tallahassee PD

KELLER,DAVID

07/05/2018

14816080A3

Tallahassee PD

KELLER,DAVID,

HINES

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:23

# 1 0.134Subject Sample 01:24

1.320Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.130Subject Sample 01:27

1.140Breath Volume 01:27

0.000Air Blank 01:28

0.075Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4804/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:24

Tallahassee PD

EVERETT,M

07/05/2018

14816080A3

Tallahassee PD

KELLER,DAVID,

JUGGER

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.079Control Test 03:25

0.000Air Blank 03:25

# 1 0.000Subject Sample 03:26

1.781Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.000Subject Sample 03:29

1.585Breath Volume 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:1604/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:11

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

SWEARINGEN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:58

# 1 0.060Subject Sample 04:58

1.257Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.057Subject Sample 05:01

1.351Breath Volume 05:01

0.000Air Blank 05:02

0.078Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5904/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:44

FL State University

WILSON,BRANDON

07/05/2018

14816080A3

FL State University

WILSON,BRANDON,J

MCDONALD

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:3204/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:20

FHP Troop D

HILDEBRANDT,PATRICK

06/08/2019

437738

FHP Troop D

HILDEBRANDT,PATRICK,A

PAPPAS

03/31/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

# 1 0.291Subject Sample 00:51

2.199Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.305Subject Sample 00:54

2.414Breath Volume 00:54

0.000Air Blank 00:55

0.078Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 04/01/2017 01:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:2704/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

10:55

FHP Troop D

ROSEMAN,EDWARD

06/08/2019

437738

FHP Troop D

URENA,MATTHEW,

MIRANDA

04/01/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.081Control Test 23:37

0.000Air Blank 23:37

# 1 0.151Subject Sample 23:39

1.660Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.154Subject Sample 23:43

1.843Breath Volume 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 05/23/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2604/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:15

FHP Troop D

HILDEBRANDT,PATRICK

06/08/2019

437738

FHP Troop D

HILDEBRANDT,PATRICK,A

HILL

04/01/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.081Control Test 00:50

0.000Air Blank 00:50

# 1 0.210Subject Sample 00:51

1.906Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.209Subject Sample 00:53

1.117Breath Volume 00:53

0.000Air Blank 00:54

0.081Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 05/23/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:3504/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:23

FHP Troop D

RAY,ROBERT

06/08/2019

437738

FHP Troop D

ZIGLER,RICKIE,R

SHEHADEH

04/01/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:08

# 1 0.188Subject Sample 05:09

2.148Breath Volume 05:09

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.178Subject Sample 05:12

2.332Breath Volume 05:12

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 05/23/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:4204/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

07:24

FHP Troop D

ROSEMAN,EDWARD

06/08/2019

437738

FHP Troop D

ROSEMAN,EDWARD,A

ROCHETTI

04/01/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

Air Blank 20:41 Improper Sample

Air Blank 20:41 Improper Sample

Data Download Date/Time: 05/23/2017 11:26

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:1904/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:24

FHP Troop D

ROSEMAN,EDWARD

06/08/2019

437738

FHP Troop D

ROSEMAN,EDWARD,A

ROCHETTI

04/01/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

Air Blank 20:43 RFI Detect

0.000Air Blank 20:44

Data Download Date/Time: 05/23/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:3804/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:24

FHP Troop D

ROSEMAN,EDWARD

06/08/2019

437738

FHP Troop D

ROSEMAN,EDWARD,A

ROCHETTI

04/01/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.080Control Test 20:47

0.000Air Blank 20:47

# 1 0.080Subject Sample 20:48

3.320Breath Volume 20:48

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.080Subject Sample 20:51

3.753Breath Volume 20:51

0.000Air Blank 20:51

0.079Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 05/23/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001120CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5604/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:54

FHP Troop K

TEJERA,LUIS

03/30/2019

366849

FHP Troop K

TEJERA,LUIS,A

MENDEZ

03/28/2017

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

# 1 0.209Subject Sample 04:28

1.710Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.222Subject Sample 04:32

1.941Breath Volume 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 04/30/2017 14:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:5304/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:54

Polk County SO

POTTER,ADAM

10/05/2017

24515080A3

Polk County SO

WARREN,BILLY,J

JIMENEZ

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:54

0.000Air Blank 05:54

0.080Control Test 05:54

0.000Air Blank 05:55

# 1Subject Sample 05:55 Subject Test Refused

0.000Breath Volume 05:55

0.000Air Blank 05:55

0.080Control Test 05:56

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 05/09/2017 14:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:4304/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:31

Volusia County SO

CALKINS,BRIAN

12/10/2018

203498

Volusia County SO

CALKINS,BRIAN,M

WITHROW

04/11/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:21

0.079Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 05/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:3904/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:27

Volusia County SO

PATSCH,JOSHUA

12/10/2018

203498

Volusia County SO

CALKINS,BRIAN,M

GREENE

04/11/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.078Control Test 03:42

0.000Air Blank 03:42

# 1 0.214Subject Sample 03:43

1.417Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.213Subject Sample 03:47

1.617Breath Volume 03:47

0.000Air Blank 03:47

0.077Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 05/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0604/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:18

Volusia County SO

PATSCH,JOSHUA

12/10/2018

203498

Volusia County SO

CALKINS,BRIAN,M

MICHAEL

04/11/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:07

# 1 0.167Subject Sample 00:07

1.398Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.166Subject Sample 00:10

1.617Breath Volume 00:10

0.000Air Blank 00:11

0.079Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 05/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:0304/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:05

Volusia County SO

WEAVER,WILLIAM

12/10/2018

203498

Volusia County SO

CALKINS,BRIAN,M

MOONEY

04/11/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.079Control Test 21:43

0.000Air Blank 21:43

# 1 0.203Subject Sample 21:44

2.214Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.206Subject Sample 21:47

1.281Breath Volume 21:47

0.000Air Blank 21:48

0.079Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:49

Data Download Date/Time: 05/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:5804/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:58

Volusia County SO

HELMS,WILLIAM

12/10/2018

203498

New Smyrna Beach PD

CALKINS,BRIAN,M

MCHUGH

04/11/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.077Control Test 22:41

0.000Air Blank 22:42

# 1 0.196Subject Sample 22:42

3.042Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.185Subject Sample 22:45

1.699Breath Volume 22:45

0.000Air Blank 22:46

0.078Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 05/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:3704/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

22:01

Volusia County SO

GOEHRING,J

12/10/2018

203498

Lake County SO

CALKINS,BRIAN,M

WISE

04/11/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:14

# 1 0.117Subject Sample 22:15

1.851Breath Volume 22:15

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.121Subject Sample 22:18

2.210Breath Volume 22:18

0.000Air Blank 22:18

0.079Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 05/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:4804/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:59

Volusia County SO

CALKINS,BRIAN

12/10/2018

203498

Volusia County SO

IHNKEN,MATTHEW,D

PELKEY

04/11/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:03

0.000Air Blank 19:04

0.078Control Test 19:04

0.000Air Blank 19:05

# 1Subject Sample 19:05 Subject Test Refused

0.000Breath Volume 19:05

0.000Air Blank 19:05

0.078Control Test 19:06

0.000Air Blank 19:06

OKDiagnostics Check 19:06

Data Download Date/Time: 05/23/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0404/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:05

Volusia County SO

HANSARD,JOSHUA

12/10/2018

203498

Volusia County SO

HANSARD,JOSHUA,D

LEEP

03/01/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.079Control Test 04:55

0.000Air Blank 04:55

# 1 0.160Subject Sample 04:56

1.304Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2Subject Sample 05:00 Subject Test Refused

0.000Breath Volume 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:02

Data Download Date/Time: 04/11/2017 16:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:3704/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:05

Volusia County SO

HANSARD,JOSHUA

12/10/2018

203498

Volusia County SO

HANSARD,JOSHUA,D

LEEP

03/01/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.080Control Test 05:21

0.000Air Blank 05:21

# 1 0.157Subject Sample 05:22

1.566Breath Volume 05:22

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.152Subject Sample 05:26

2.503Breath Volume 05:26

0.000Air Blank 05:26

0.079Control Test 05:27

0.000Air Blank 05:27

OKDiagnostics Check 05:27

Data Download Date/Time: 04/11/2017 16:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1204/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:37

Volusia County SO

MYERS,MATTHEW

12/10/2018

203498

Volusia County SO

MYERS,MATTHEW,A

CULPEPPER

03/01/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:20

# 1 0.233Subject Sample 03:21

2.640Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.217Subject Sample 03:24

1.832Breath Volume 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 04/11/2017 16:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:0404/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:45

Volusia County SO

ADKINS,SHAWN

12/10/2018

203498

Volusia County SO

HANSARD,JOSHUA,

LAMB

03/01/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:01

# 1 0.156Subject Sample 21:02

1.187Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.162Subject Sample 21:05

1.527Breath Volume 21:05

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:07

Data Download Date/Time: 04/11/2017 16:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4104/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:56

Volusia County SO

STURRUP,CHRISTY

12/10/2018

203498

Volusia County SO

BRYAN,STEVEN,A

WILSON

04/11/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

# 1 0.278Subject Sample 00:35

1.527Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.271Subject Sample 00:38

1.351Breath Volume 00:38

0.000Air Blank 00:38

0.080Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 05/23/2017 09:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


