
80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:3305/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

05:05

Ft. Walton Beach PD

HARRIS,JONATHAN

08/05/2018

17316080A2

Ft. Walton Beach PD

ODELL,JEFFERY,L

JANUARY

04/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:06

0.000Air Blank 06:07

0.079Control Test 06:07

0.000Air Blank 06:08

# 1 0.153Subject Sample 06:08

1.300Breath Volume 06:08

0.000Air Blank 06:09

0.000Air Blank 06:11

# 2 0.155Subject Sample 06:12

1.648Breath Volume 06:12

0.000Air Blank 06:12

0.079Control Test 06:12

0.000Air Blank 06:13

OKDiagnostics Check 06:13

Data Download Date/Time: 05/30/2017 18:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5805/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:32

Ft. Walton Beach PD

LANDRY,MARLENE

08/05/2018

17316080A2

Hurlburt Field PD

WOLL,MICHAEL,

CIESLA

04/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

# 1 0.192Subject Sample 03:05

2.382Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.184Subject Sample 03:08

3.000Breath Volume 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 05/30/2017 18:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:5205/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:03

Ft. Walton Beach PD

MARTIN,JAMES

08/05/2018

17316080A2

Ft. Walton Beach PD

MARTIN,JAMES,E

PUSTELAK

04/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.078Control Test 04:10

0.000Air Blank 04:11

# 1 0.222Subject Sample 04:12

1.585Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.237Subject Sample 04:16

1.429Breath Volume 04:16

0.000Air Blank 04:16

0.077Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 05/30/2017 18:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3805/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:50

Ft. Walton Beach PD

GREEN,DONALD

08/05/2018

17316080A2

Ft. Walton Beach PD

GREEN,DONALD,H

GIBSON

04/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

# 1 0.249Subject Sample 03:42

2.292Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.249Subject Sample 03:45

3.074Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 05/30/2017 18:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3505/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:59

Ft. Walton Beach PD

CRAWFORD,BENJAMIN

08/05/2018

17316080A2

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

WEBB

04/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

# 1 0.164Subject Sample 01:01

3.433Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.159Subject Sample 01:04

2.398Breath Volume 01:04

0.000Air Blank 01:04

0.079Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 05/30/2017 18:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:5105/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:56

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

DURAN

04/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:19

0.079Control Test 19:19

0.000Air Blank 19:19

# 1 0.140Subject Sample 19:20

4.031Breath Volume 19:20

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.147Subject Sample 19:23

3.878Breath Volume 19:23

0.000Air Blank 19:23

0.080Control Test 19:24

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 05/11/2017 17:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1405/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:55

Largo PD

BLITZ,STEPHANIE

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

GRIFFIN

04/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1Subject Sample 00:40 No Sample Provided

0.000Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2Subject Sample 00:45 No Sample Provided

0.000Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 05/11/2017 17:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:2905/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:25

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

URENA

04/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.081Control Test 03:07

0.000Air Blank 03:07

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 05/11/2017 17:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4805/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:39

Largo PD

BLITZ,STEPHANIE

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

JALLOS

04/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

# 1Subject Sample 01:16 Subject Test Refused

0.000Breath Volume 01:16

0.000Air Blank 01:16

0.080Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 05/11/2017 17:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:5605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:08

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

DE LIMA

04/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:49

# 1 0.118Subject Sample 22:50

2.136Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.117Subject Sample 22:53

2.257Breath Volume 22:53

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 05/11/2017 17:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:5705/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:21

Largo PD

CORBITT,TIFFANY

01/05/2019

32316080A3

Largo PD

BALDIE,BRYAN,A

STEVENSON

04/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.081Control Test 21:37

0.000Air Blank 21:37

# 1 0.165Subject Sample 21:38

3.035Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.152Subject Sample 21:41

2.035Breath Volume 21:41

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 05/11/2017 17:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:59:4705/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

16:10

Largo PD

BALDIE,BRYAN

01/05/2019

32316080A3

Largo PD

BALDIE,BRYAN,A

]

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:46

0.000Air Blank 16:47

0.079Control Test 16:47

0.000Air Blank 16:48

# 1 0.233Subject Sample 16:51 Volume Not Met

0.496Breath Volume 16:51

0.000Air Blank 16:51

0.000Air Blank 16:53

# 2 0.245Subject Sample 16:54

1.820Breath Volume 16:54

0.000Air Blank 16:54

0.000Air Blank 16:56

# 3 0.242Subject Sample 16:58

1.851Breath Volume 16:58

0.000Air Blank 16:58

0.078Control Test 16:59

0.000Air Blank 16:59

OKDiagnostics Check 16:59

Data Download Date/Time: 05/26/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2605/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:55

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

HART

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.080Control Test 01:36

0.000Air Blank 01:36

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 05/26/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:27:2505/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:58

15:25

Largo PD

LYNCH,ANDREW

01/05/2019

32316080A3

Largo PD

BALDIE,BRYAN,A

TORRES

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:19

0.000Air Blank 16:19

0.081Control Test 16:20

0.000Air Blank 16:20

# 1 0.143Subject Sample 16:21

1.628Breath Volume 16:21

0.000Air Blank 16:22

0.000Air Blank 16:24

# 2 0.149Subject Sample 16:25

1.914Breath Volume 16:25

0.000Air Blank 16:26

0.081Control Test 16:26

0.000Air Blank 16:27

OKDiagnostics Check 16:27

Data Download Date/Time: 05/26/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:5505/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:06

Largo PD

MATTOX,D

01/05/2019

32316080A3

Largo PD

CITRANO,ANTHONY,

BARKLEY

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

# 1 0.000Subject Sample 23:54

2.019Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.000Subject Sample 23:57

2.003Breath Volume 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 05/26/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:27

Largo PD

BLITZ,STEPHANIE

01/05/2019

32316080A3

Largo PD

TINDALL,RICHARD,P

BOSCAINO

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:16

Data Download Date/Time: 05/26/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0205/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:35

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

HURGUY

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:28

# 1Subject Sample 04:32 No Sample Provided

0.000Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2Subject Sample 04:37 No Sample Provided

0.000Breath Volume 04:37

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:39

Data Download Date/Time: 05/26/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:5405/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:33

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

BACON

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.081Control Test 20:16

0.000Air Blank 20:17

# 1 0.216Subject Sample 20:18

2.230Breath Volume 20:18

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.190Subject Sample 20:21

1.441Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:24

# 3 0.209Subject Sample 20:27

2.308Breath Volume 20:27

0.000Air Blank 20:27

0.079Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 05/26/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:4605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:53

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

SPENCER

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

# 1 0.143Subject Sample 04:32

3.054Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.143Subject Sample 04:35

2.484Breath Volume 04:35

0.000Air Blank 04:35

0.079Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:2105/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:21

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

SMITH

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.079Control Test 21:03

0.000Air Blank 21:03

# 1Subject Sample 21:04 Subject Test Refused

0.000Breath Volume 21:04

0.000Air Blank 21:04

0.080Control Test 21:04

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:1905/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:04

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

ZINK

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.080Control Test 19:48

0.000Air Blank 19:49

# 1 0.167Subject Sample 19:49

1.656Breath Volume 19:49

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.174Subject Sample 19:53

1.769Breath Volume 19:53

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0305/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:22

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

CARTWRIGHT

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:11

# 1 0.184Subject Sample 23:12

1.730Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.192Subject Sample 23:15

2.128Breath Volume 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:2505/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:50

Escambia County SO

LEITE,STEVEN

07/05/2018

14816080A3

Escambia County SO

LEITE,STEVEN,G

RAMSEY

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.078Control Test 23:37

0.000Air Blank 23:37

# 1 0.242Subject Sample 23:38

1.265Breath Volume 23:38

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.242Subject Sample 23:40

1.851Breath Volume 23:40

0.000Air Blank 23:41

0.077Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 05/23/2017 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:1105/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

01:00

Escambia County SO

LEITE,STEVEN

07/05/2018

14816080A3

Escambia County SO

LEITE,STEVEN,G

HYLAND

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:36

# 1 0.149Subject Sample 01:36

1.976Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.152Subject Sample 01:39

2.191Breath Volume 01:39

0.000Air Blank 01:40

0.077Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 05/23/2017 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:46:3305/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

10:51

FHP Troop A

GORMLEY,WILLIAM

07/05/2018

14816080A3

FHP Troop A

GORMLEY,WILLIAM,C

FORSTER

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:40

0.000Air Blank 11:40

0.080Control Test 11:41

0.000Air Blank 11:41

# 1 0.000Subject Sample 11:42

2.164Breath Volume 11:42

0.000Air Blank 11:42

0.000Air Blank 11:44

# 2 0.000Subject Sample 11:45

1.449Breath Volume 11:45

0.000Air Blank 11:45

0.078Control Test 11:45

0.000Air Blank 11:46

OKDiagnostics Check 11:46

Data Download Date/Time: 05/23/2017 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:5205/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:37

Pensacola PD

ALLEN,REGGIE

07/05/2018

14816080A3

Pensacola PD

BYRD,BRANDON,C

GRIFFITH

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:09

# 1 0.218Subject Sample 01:10

3.539Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:12

# 2 0.221Subject Sample 01:13

2.972Breath Volume 01:13

0.000Air Blank 01:13

0.078Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 05/23/2017 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:25

FHP Troop A

VO,SEBASTIAN

07/05/2018

14816080A3

FHP Troop A

VO,SEBSTIAN,D

GIBSON

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.079Control Test 04:57

0.000Air Blank 04:57

# 1 0.103Subject Sample 05:00 Volume Not Met

0.179Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.101Subject Sample 05:06 Volume Not Met

0.222Breath Volume 05:06

0.000Air Blank 05:07

0.076Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 05/23/2017 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:4605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:38

Escambia County SO

SHORETTE,BRIAN

07/05/2018

14816080A3

Escambia County SO

SHELLEY,SAMUEL,L

LAWRENCE

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

# 1 0.209Subject Sample 22:12

2.410Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.175Subject Sample 22:16

2.101Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 3 0.195Subject Sample 22:19

3.492Breath Volume 22:19

0.000Air Blank 22:19

0.077Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 05/23/2017 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4405/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:37

Escambia County SO

SHELLEY,SAMUEL

07/05/2018

14816080A3

Escambia County SO

SHELLEY,SAMUEL,L

DELGADO

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

# 1 0.205Subject Sample 01:33

1.316Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.216Subject Sample 01:36

2.933Breath Volume 01:36

0.000Air Blank 01:36

0.079Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 05/23/2017 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:2205/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

00:38

Escambia County SO

POOL,HAROLD

07/05/2018

14816080A3

Escambia County SO

POOL,HAROLD,M

SCOTT

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

# 1 0.000Subject Sample 02:06

3.890Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.000Subject Sample 02:10

2.921Breath Volume 02:10

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 05/23/2017 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:3405/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:07

FHP Troop A

WRIGHT,L

07/05/2018

14816080A3

FHP Troop A

WRIGHT,L,

LUNA

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

# 1 0.233Subject Sample 01:26

1.449Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.241Subject Sample 01:29

2.156Breath Volume 01:29

0.000Air Blank 01:30

0.078Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 05/23/2017 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0805/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:30

Escambia County SO

LEITE,STEVEN

07/05/2018

14816080A3

Escambia County SO

LEITE,STEVEN,G

MOORE

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

# 1 0.000Subject Sample 01:21

1.992Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.000Subject Sample 01:24

1.734Breath Volume 01:24

0.000Air Blank 01:25

0.078Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 05/23/2017 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:4805/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:30

Pensacola PD

STACY,ZACHARY

07/05/2018

14816080A3

Pensacola PD

STACY,ZACHARY,L

LAMBERT

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.077Control Test 03:33

0.000Air Blank 03:34

# 1 0.171Subject Sample 03:35

2.058Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.191Subject Sample 03:40

3.859Breath Volume 03:40

0.000Air Blank 03:40

0.076Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 05/23/2017 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:18:2805/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:51

13:30

Pensacola PD

GIBOWSKI,MICHAEL

07/05/2018

14816080A3

Pensacola PD

GIBOWSKI,MICHAEL,D

MCCASKILL

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 14:12

0.000Air Blank 14:12

0.079Control Test 14:12

0.000Air Blank 14:13

# 1 0.112Subject Sample 14:14

1.156Breath Volume 14:14

0.000Air Blank 14:14

0.000Air Blank 14:16

# 2 0.109Subject Sample 14:16

1.121Breath Volume 14:16

0.000Air Blank 14:17

0.079Control Test 14:17

0.000Air Blank 14:18

OKDiagnostics Check 14:18

Data Download Date/Time: 05/23/2017 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:0205/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:38

Pensacola PD

BYRD,BRANDON

07/05/2018

14816080A3

Pensacola PD

BYRD,BRANDON,C

DEMENT

04/13/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:09

0.000Air Blank 20:09

0.079Control Test 20:10

0.000Air Blank 20:10

# 1 0.214Subject Sample 20:11

2.386Breath Volume 20:11

0.000Air Blank 20:12

0.000Air Blank 20:13

# 2 0.207Subject Sample 20:14

1.953Breath Volume 20:14

0.000Air Blank 20:15

0.078Control Test 20:15

0.000Air Blank 20:15

OKDiagnostics Check 20:16

Data Download Date/Time: 05/23/2017 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:0705/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:53

FHP Troop B

BAKER,MARK

06/08/2019

437738

FHP Troop B

BAKER,MARK,J

GODOY

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.082Control Test 23:06

0.000Air Blank 23:07

# 1 0.190Subject Sample 23:07

3.710Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:09

# 2 0.184Subject Sample 23:10

3.914Breath Volume 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2705/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:10

Marion County SO

MILLER,GARY

06/08/2019

437738

Marion County SO

MILLER,GARY,A

NOVEK

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

# 1 0.204Subject Sample 02:55

3.546Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.206Subject Sample 02:58

3.207Breath Volume 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:3705/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:00

18:53

FFWCC (Ocala)

SIMPSON,JOSEPH

11/05/2017

1766638

FFWCC (Ocala)

DIAS,ASA,E

DREYER

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

0.000Air Blank 20:23

0.081Control Test 20:23

0.000Air Blank 20:24

# 1Subject Sample 20:24 Subject Test Refused

0.000Breath Volume 20:24

0.000Air Blank 20:24

0.081Control Test 20:25

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:3005/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:55

20:45

FFWCC (Ocala)

RICE,MICHAEL

06/08/2019

437738

FFWCC (Ocala)

MILLER,JUSTIN,C

GARCIA

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:22

# 1Subject Sample 22:23 Subject Test Refused

0.000Breath Volume 22:23

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3305/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:45

FHP Troop B

FERNANDEZ,ALAIN

06/08/2019

437738

FHP Troop B

FERNANDEZ,ALAIN,

SCHAFER

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

# 1Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:36

0.081Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4005/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:07

Ocala PD

LETSON,REBECCA

06/08/2019

437738

Ocala PD

LETSON,REBECCA,G

KERBY

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.082Control Test 02:53

0.000Air Blank 02:54

# 1 0.225Subject Sample 02:55

2.296Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.194Subject Sample 02:59

2.125Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 3 0.218Subject Sample 03:01

2.984Breath Volume 03:01

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:2305/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

18:07

Marion County SO

MILLER,GARY

06/08/2019

437738

Marion County SO

MILLER,GARY,A

CAUSSEAUX

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:35

0.081Control Test 19:35

0.000Air Blank 19:36

# 1Subject Sample 19:39 No Sample Provided

0.000Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2Subject Sample 19:45 No Sample Provided

0.000Breath Volume 19:45

0.000Air Blank 19:45

0.082Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:3005/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

18:20

FHP Troop B

LANDER,JAMES

06/08/2019

437738

FHP Troop B

LANDER,JAMES,P

CURTIS

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.081Control Test 21:56

0.000Air Blank 21:57

# 1 0.110Subject Sample 21:57

3.167Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.103Subject Sample 22:00

2.882Breath Volume 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2105/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:34

Marion County SO

WATTS,DOUG

11/05/2017

1766638

Marion County SO

WILLIAMS,JASON,A

RAMIREZ

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.082Control Test 02:21

0.000Air Blank 02:21

# 1 0.262Subject Sample 02:24

3.394Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.248Subject Sample 02:27

3.179Breath Volume 02:27

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:3105/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:22

Jackson County SO

COWEN,RICHARD

06/15/2019

461951

Jackson County SO

MEARS,MICHAEL,C

SHIVER

05/02/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:11

0.080Control Test 18:11

0.000Air Blank 18:11

# 1Subject Sample 18:12 Subject Test Refused

0.000Breath Volume 18:12

0.000Air Blank 18:12

0.079Control Test 18:12

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 06/06/2017 13:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:55:0305/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:15

11:10

FHP Troop B

SABO,JESSICA

11/05/2018

26316080A2

FHP Troop B

SABO,JESSICA,L

POLLARD

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:47

0.000Air Blank 12:48

0.079Control Test 12:48

0.000Air Blank 12:49

# 1 0.254Subject Sample 12:50

2.253Breath Volume 12:50

0.000Air Blank 12:51

0.000Air Blank 12:52

# 2 0.253Subject Sample 12:53

2.347Breath Volume 12:53

0.000Air Blank 12:54

0.079Control Test 12:54

0.000Air Blank 12:54

OKDiagnostics Check 12:55

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:5805/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:17

U of Fl PD

BEGUIRISTAIN,VICTOR

11/05/2018

26316080A2

U of Fl PD

STEWART,DILLON,J

HARMS

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

# 1Subject Sample 03:30 No Sample Provided

0.000Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5305/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:07

U of Fl PD

ALEXANDER,COURTNEY

11/05/2018

26316080A2

U of Fl PD

BAIN II,KENNETH,A

MITCHELL

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

# 1Subject Sample 04:05 RFI Detect

0.000Breath Volume 04:05

0.000Air Blank 04:05

0.080Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:1105/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:07

U of Fl PD

ALEXANDER,COURTNEY

11/05/2018

26316080A2

U of Fl PD

BAIN II,KENNETH,A

MITCHELL

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1 0.136Subject Sample 04:10

1.652Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:12

# 2 0.133Subject Sample 04:13

1.429Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1305/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:01

FHP Troop B

BATES,BRIAN

11/05/2018

26316080A2

FHP Troop B

BATES,BRIAN,C

MILLER

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:24

# 1 0.195Subject Sample 01:24

3.687Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.191Subject Sample 01:27

3.917Breath Volume 01:27

0.000Air Blank 01:28

0.077Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:1705/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:36

FHP Troop B

CABRAL,JONATHAN

11/05/2018

26316080A2

FHP Troop B

CABRAL,JONATHAN,M

A654514926780

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.080Control Test 23:31

0.000Air Blank 23:31

# 1 0.185Subject Sample 23:33

1.507Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.188Subject Sample 23:38

2.210Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:5305/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:09

Gainesville PD

BOSTICK,JESSE

11/05/2018

26316080A2

Gainesville PD

BOSTICK,JESSE,W

FITCH

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.078Control Test 05:13

0.000Air Blank 05:14

# 1Subject Sample 05:14 RFI Detect

0.000Breath Volume 05:14

0.000Air Blank 05:14

0.080Control Test 05:15

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:4205/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:09

Gainesville PD

BOSTICK,JESSE

11/05/2018

26316080A2

Gainesville PD

BOSTICK,JESSE,W

FITCH

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.079Control Test 05:18

0.000Air Blank 05:18

# 1 0.180Subject Sample 05:19

1.742Breath Volume 05:19

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.171Subject Sample 05:22

1.250Breath Volume 05:22

Air Blank 05:22 RFI Detect

Air Blank 05:22 RFI Detect

Data Download Date/Time: 05/24/2017 10:22

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:4705/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:09

Gainesville PD

BOSTICK,JESSE

11/05/2018

26316080A2

Gainesville PD

BOSTICK,JESSE,W

FITCH

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.079Control Test 05:30

0.000Air Blank 05:31

# 1 0.176Subject Sample 05:32

2.007Breath Volume 05:32

0.000Air Blank 05:32

0.000Air Blank 05:34

# 2 0.175Subject Sample 05:35

2.167Breath Volume 05:35

0.000Air Blank 05:35

0.078Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:2605/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:34

Gainesville PD

STEMEN,AARON

11/05/2018

26316080A2

Gainesville PD

STEMEN,AARON,M

LEGGON

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

# 1Subject Sample 23:28 No Sample Provided

0.000Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2Subject Sample 23:31 Subject Test Refused

0.000Breath Volume 23:31

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2205/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:49

U of Fl PD

BAIN II,KENNETH

11/05/2018

26316080A2

U of Fl PD

BAIN II,KENNETH,A

WALLS

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.160Subject Sample 03:43

1.808Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.146Subject Sample 03:45

1.113Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5105/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:19

U of Fl PD

WILLIAMS,STEPHANIE

11/05/2018

26316080A2

U of Fl PD

MCCORMICK,ERIC,R

VORCE

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

# 1 0.149Subject Sample 03:31

1.789Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.166Subject Sample 03:34

2.921Breath Volume 03:34

0.000Air Blank 03:34

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:2005/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:23

U of Fl PD

BECKHAM,MARCUS

11/05/2018

26316080A2

U of Fl PD

BECKHAM,MARCUS,W

BURRELL

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:23

# 1Subject Sample 04:23 Subject Test Refused

0.000Breath Volume 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:47:1705/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

16:18

FHP Troop B

ALVAREZ,ROBERTO

11/05/2018

26316080A2

FHP Troop B

ALVAREZ,ROBERTO,A

SIKES

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.079Control Test 17:42

0.000Air Blank 17:42

# 1 0.262Subject Sample 17:42

4.476Breath Volume 17:42

0.000Air Blank 17:43

0.000Air Blank 17:45

# 2 0.264Subject Sample 17:45

3.144Breath Volume 17:45

0.000Air Blank 17:46

0.079Control Test 17:46

0.000Air Blank 17:47

OKDiagnostics Check 17:47

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:12:2705/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:37

07:55

Alachua County SO

PETTIT,JOSHUA

11/05/2018

26316080A2

Alachua County SO

PETTIT,JOSHUA,S

HARPER

04/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:06

0.000Air Blank 10:07

0.079Control Test 10:07

0.000Air Blank 10:07

# 1 0.000Subject Sample 10:08

2.425Breath Volume 10:08

0.000Air Blank 10:08

0.000Air Blank 10:10

# 2 0.000Subject Sample 10:11

2.605Breath Volume 10:11

0.000Air Blank 10:11

0.078Control Test 10:11

0.000Air Blank 10:12

OKDiagnostics Check 10:12

Data Download Date/Time: 05/24/2017 10:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:3905/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:38

Alachua County SO

ABDALE,JAMES

11/05/2018

26316080A2

Alachua County SO

ABDALE,JAMES,M

CALHOUN

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:47

0.079Control Test 19:47

0.000Air Blank 19:48

# 1 0.226Subject Sample 19:50

1.679Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:52

# 2 0.214Subject Sample 19:53

1.113Breath Volume 19:53

0.000Air Blank 19:54

0.078Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:52

Alachua County SO

BEVILLE,TRAVIS

11/05/2018

26316080A2

Alachua County SO

ABDALE,JAMES,M

SALAZAR

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:02

# 1 0.162Subject Sample 02:03

1.785Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.166Subject Sample 02:06

1.738Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:03:1605/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

15:02

Alachua County SO

PRIVETTE,CHRIS

11/05/2018

26316080A2

Alachua County SO

PRIVETTE,CHRIS,A

MINOR

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:56

0.000Air Blank 16:57

0.079Control Test 16:57

0.000Air Blank 16:58

# 1 0.000Subject Sample 16:58

2.882Breath Volume 16:58

0.000Air Blank 16:59

0.000Air Blank 17:01

# 2 0.000Subject Sample 17:01

2.359Breath Volume 17:01

0.000Air Blank 17:02

0.079Control Test 17:02

0.000Air Blank 17:03

OKDiagnostics Check 17:03

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:1205/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:45

FHP Troop B

CABRAL,JONATHAN

11/05/2018

26316080A2

FHP Troop B

CABRAL,JONATHAN,M

DYE

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:18

0.000Air Blank 18:19

0.079Control Test 18:19

0.000Air Blank 18:20

# 1Subject Sample 18:23 No Sample Provided

0.000Breath Volume 18:23

0.000Air Blank 18:23

0.000Air Blank 18:25

# 2Subject Sample 18:28 No Sample Provided

0.000Breath Volume 18:28

0.000Air Blank 18:29

0.080Control Test 18:29

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:5005/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

21:51

Okaloosa County SO

THACKER,ROBERT

06/05/2017

13115080A2

Okaloosa County SO

THACKER,ROBERT,L

ATKINSON

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.080Control Test 23:17

0.000Air Blank 23:17

# 1 0.110Subject Sample 23:19

3.914Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.109Subject Sample 23:22

3.351Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:1005/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:11

Okaloosa County SO

CLAUSNER,ALEXANDRA

06/05/2017

13115080A2

Okaloosa County SO

MORTON,JAMES,J

ALEXANDER

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

# 1 0.128Subject Sample 01:10

2.183Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.126Subject Sample 01:13

1.542Breath Volume 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4405/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:50

Okaloosa County SO

RACER,JACOB

06/05/2017

13115080A2

Okaloosa County SO

ISENBARGER,CASEY,W

CONLEY

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

# 1Subject Sample 04:25 Subject Test Refused

0.000Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:1505/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

02:59

Okaloosa County SO

PEREIRA,JOSE

06/05/2017

13115080A2

Okaloosa County SO

PEREIRA,JOSE,L

PHILLIPS

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

# 1 0.167Subject Sample 04:51

1.179Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:53

# 2 0.174Subject Sample 04:54

1.171Breath Volume 04:54

0.000Air Blank 04:55

0.079Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:0405/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:11

Okaloosa County SO

FREMBGEN,TIA

06/05/2017

13115080A2

Okaloosa County SO

FREMBGEN,TIA,A

HARDY

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:25

0.000Air Blank 19:25

0.080Control Test 19:26

0.000Air Blank 19:26

# 1 0.067Subject Sample 19:27

1.964Breath Volume 19:27

0.000Air Blank 19:28

0.000Air Blank 19:29

# 2 0.062Subject Sample 19:30

2.199Breath Volume 19:30

0.000Air Blank 19:31

0.079Control Test 19:31

0.000Air Blank 19:31

OKDiagnostics Check 19:32

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0505/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:24

Okaloosa County SO

BURNHAM,J

06/05/2017

13115080A2

Okaloosa County SO

BURNHAM,J,D

BRANCH

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:29

# 1 0.152Subject Sample 03:30

2.187Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:32

# 2 0.146Subject Sample 03:33

2.132Breath Volume 03:33

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:4105/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:08

Okaloosa County SO

PEREIRA,JOSE

06/05/2017

13115080A2

Okaloosa County SO

PEREIRA,JOSE,L

DE LIMA JR

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.079Control Test 04:07

0.000Air Blank 04:07

# 1 0.131Subject Sample 04:08

1.214Breath Volume 04:08

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.126Subject Sample 04:11

1.246Breath Volume 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4505/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:12

Okaloosa County SO

THACKER,ROBERT

06/05/2017

13115080A2

Okaloosa County SO

THACKER,ROBERT,L

ACOSTA

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

# 1 0.118Subject Sample 04:41

3.085Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.118Subject Sample 04:44

3.695Breath Volume 04:44

0.000Air Blank 04:44

0.079Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:5505/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:24

04:12

Okaloosa County SO

RACER,JACOB

06/05/2017

13115080A2

Okaloosa County SO

MORTON,JAMES,J

HAWKINS

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.080Control Test 05:45

0.000Air Blank 05:45

# 1 0.159Subject Sample 05:46

2.066Breath Volume 05:46

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.170Subject Sample 05:49

3.203Breath Volume 05:49

0.000Air Blank 05:50

0.079Control Test 05:50

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:4805/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:22

Okaloosa County SO

CLAUSNER,ALEXANDRA

06/05/2017

13115080A2

Okaloosa County SO

BROWN,RAPHEAL,R

WICKE

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.078Control Test 21:25

0.000Air Blank 21:25

# 1 0.238Subject Sample 21:26

1.789Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:28

# 2 0.237Subject Sample 21:29

2.054Breath Volume 21:29

0.000Air Blank 21:29

0.076Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:5405/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:51

Okaloosa County SO

WILSON,WILLIAM

06/05/2017

13115080A2

Okaloosa County SO

WILSON,WILLIAM,M

SWEENEY

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1 0.122Subject Sample 23:12

2.000Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.119Subject Sample 23:15

1.769Breath Volume 23:15

0.000Air Blank 23:15

0.078Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:2105/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:53

17:45

FHP Troop A

BURGESS,MASON

06/05/2017

13115080A2

FHP Troop A

BURGESS,MASON,W

BRIDGES

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:14

0.079Control Test 19:14

0.000Air Blank 19:15

# 1 0.207Subject Sample 19:15

1.722Breath Volume 19:15

0.000Air Blank 19:16

0.000Air Blank 19:18

# 2 0.208Subject Sample 19:18

2.382Breath Volume 19:18

0.000Air Blank 19:19

0.078Control Test 19:19

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:3605/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:25

Okaloosa County SO

MONARCH,BRIAN

06/05/2017

13115080A2

Okaloosa County SO

WALTERS,BRANDON,M

MCKEITHAN

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:43

0.078Control Test 21:43

0.000Air Blank 21:44

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:44

0.078Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:5705/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:36

Okaloosa County SO

BURNHAM,J

06/05/2017

13115080A2

Okaloosa County SO

BURNHAM,J,D

PULLEY

04/21/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

# 1Subject Sample 23:50 Subject Test Refused

0.000Breath Volume 23:50

0.000Air Blank 23:51

0.078Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 05/11/2017 12:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:17:5405/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

11:13

FHP Troop A

NABULSI,T

06/05/2017

13115080A2

FHP Troop A

NABULSI,T,D

BASSETT

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:11

0.000Air Blank 12:12

0.079Control Test 12:12

0.000Air Blank 12:13

# 1 0.201Subject Sample 12:13

1.285Breath Volume 12:13

0.000Air Blank 12:14

0.000Air Blank 12:16

# 2 0.202Subject Sample 12:16

1.316Breath Volume 12:16

0.000Air Blank 12:16

0.077Control Test 12:17

0.000Air Blank 12:17

OKDiagnostics Check 12:17

Data Download Date/Time: 06/01/2017 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:3105/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

11:52

FHP Troop A

JACKSON,VICTOR

06/05/2017

13115080A2

FHP Troop A

JACKSON,VICTOR,A

IZAGUIRRE MEJIA

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:40

# 1Subject Sample 00:41 Subject Test Refused

0.000Breath Volume 00:41

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 06/01/2017 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:1605/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:08

FHP Troop A

JACKSON,VICTOR

06/05/2017

13115080A2

FHP Troop A

JACKSON,VICTOR,A

FERNANDO

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.080Control Test 23:23

0.000Air Blank 23:23

# 1Subject Sample 23:24 Subject Test Refused

0.000Breath Volume 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 06/01/2017 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:1905/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:08

FHP Troop A

JACKSON,VICTOR

06/05/2017

13115080A2

FHP Troop A

JACKSON,VICTOR,A

PEREZ

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.080Control Test 23:32

0.000Air Blank 23:32

# 1Subject Sample 23:32 Subject Test Refused

0.000Breath Volume 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 06/01/2017 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:4805/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:09

Okaloosa County SO

ORDOQUI,DANIEL

06/05/2017

13115080A2

Okaloosa County SO

NAYLOR,ROBERT,D

TAYLOR

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.079Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 06/01/2017 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2805/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:03

Okaloosa County SO

POWE,BRIAN

06/05/2017

13115080A2

Okaloosa County SO

WILLIAMSON,TYLER,H

KRONE

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

# 1 0.239Subject Sample 03:56 No .020 agreement

1.886Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.214Subject Sample 04:01 No .020 agreement

2.324Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:03

# 3 0.190Subject Sample 04:04 No .020 agreement

2.562Breath Volume 04:04

0.000Air Blank 04:05

0.077Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:3205/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:03

Okaloosa County SO

POWE,BRIAN

06/05/2017

13115080A2

Okaloosa County SO

WILLIAMSON,TYLER,H

KRONE

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.077Control Test 04:36

0.000Air Blank 04:36

# 1 0.203Subject Sample 04:37

2.363Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.194Subject Sample 04:41

1.730Breath Volume 04:41

0.000Air Blank 04:42

0.077Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:4105/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:29

Okaloosa County SO

ORDOQUI,DANIEL

06/05/2017

13115080A2

Okaloosa County SO

SPRUILL,KOURTNEY,B

EAKES

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1Subject Sample 04:36 Subject Test Refused

0.000Breath Volume 04:36

0.000Air Blank 04:36

0.079Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1105/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

01:42

Okaloosa County SO

ORDOQUI,DANIEL

06/05/2017

13115080A2

Okaloosa County SO

BROWN,RAPHEAL,R

GOODWIN

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.078Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:00 Subject Test Refused

0.000Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:1605/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:30

Okaloosa County SO

HOWARD,JODY

06/05/2017

13115080A2

Okaloosa County SO

ISENBARGER,CASEY,W

GAITHER

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:09

0.000Air Blank 20:09

0.079Control Test 20:10

0.000Air Blank 20:10

# 1Subject Sample 20:10 Subject Test Refused

0.000Breath Volume 20:10

0.000Air Blank 20:11

0.079Control Test 20:11

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:4805/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

05:05

Okaloosa County SO

DOLLAR,STEVEN

06/05/2017

13115080A2

Okaloosa County SO

MORTON,JAMES,J

MACKEY

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.079Control Test 05:36

0.000Air Blank 05:36

# 1Subject Sample 05:37 Subject Test Refused

0.000Breath Volume 05:37

0.000Air Blank 05:37

0.079Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:3605/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:32

Okaloosa County SO

PEREIRA,JOSE

06/05/2017

13115080A2

Okaloosa County SO

PEREIRA,JOSE,L

MCGEE

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

# 1 0.205Subject Sample 02:41

2.316Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:43

# 2 0.197Subject Sample 02:44

1.898Breath Volume 02:44

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:0005/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:13

Okaloosa County SO

MILLER,RAYMOND

06/05/2017

13115080A2

Okaloosa County SO

MILLER,RAYMOND,S

GASTWRTH

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.079Control Test 04:31

0.000Air Blank 04:31

# 1Subject Sample 04:35 No Sample Provided

0.000Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2Subject Sample 04:40 No Sample Provided

0.000Breath Volume 04:40

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:42

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:1605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:08

Okaloosa County SO

PEREIRA,JOSE

06/05/2017

13115080A2

Okaloosa County SO

PEREIRA,JOSE,L

SMITH

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:49

0.000Air Blank 04:49

# 1Subject Sample 04:49 Subject Test Refused

0.000Breath Volume 04:49

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:49:0605/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:04

06:18

Okaloosa County SO

WALTERS,BRANDON

06/05/2017

13115080A2

Okaloosa County SO

WALTERS,BRANDON,M

GREENE

05/11/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:35

0.000Air Blank 07:35

0.079Control Test 07:36

0.000Air Blank 07:36

# 1 0.169Subject Sample 07:38

2.031Breath Volume 07:38

0.000Air Blank 07:39

0.000Air Blank 07:40

# 2Subject Sample 07:43 No Sample Provided

0.000Breath Volume 07:43

0.000Air Blank 07:44

0.000Air Blank 07:46

# 3Subject Sample 07:47 Subject Test Refused

0.000Breath Volume 07:47

0.000Air Blank 07:48

0.079Control Test 07:48

0.000Air Blank 07:49

OKDiagnostics Check 07:49

Data Download Date/Time: 06/01/2017 08:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:08:1505/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:45

14:25

FHP Troop B

SINGLETARY,MATHEW

04/05/2018

06616080A2

FHP Troop B

SINGLETARY,MATHEW,C

MILLER

04/28/2017

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:05

0.000Air Blank 15:05

0.078Control Test 15:06

0.000Air Blank 15:06

# 1Subject Sample 15:06 Subject Test Refused

0.000Breath Volume 15:06

0.000Air Blank 15:07

0.078Control Test 15:07

0.000Air Blank 15:08

OKDiagnostics Check 15:08

Data Download Date/Time: 05/30/2017 03:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:5405/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:21

Suwannee County SO

HOMER,D

04/05/2018

06616080A2

Live Oak PD

FALGOUT,DAVID,G

FARRELL

04/28/2017

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:56

# 1 0.148Subject Sample 00:57

1.726Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.145Subject Sample 01:00

1.742Breath Volume 01:00

0.000Air Blank 01:00

0.077Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 05/30/2017 03:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1905/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COMM VEHIC

01:40

01:30

Suwannee County SO

FALGOUT,DAVID

04/05/2018

06616080A2

Suwannee County SO

FALGOUT,DAVID,G

AVILES CORTES

05/30/2017

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.078Control Test 03:05

0.000Air Blank 03:05

# 1 0.000Subject Sample 03:06

2.324Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.000Subject Sample 03:08

2.062Breath Volume 03:08

0.000Air Blank 03:09

0.077Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 09/21/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:3805/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:13

FHP Troop B

RIEGEL,TIMOTHY

03/05/2019

03417080A1

FHP Troop B

RIEGEL,TIMOTHY,J

SHEPARD

04/28/2017

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:12

0.080Control Test 06:13

0.000Air Blank 06:13

# 1 0.128Subject Sample 06:13

1.312Breath Volume 06:13

0.000Air Blank 06:14

0.000Air Blank 06:16

# 2 0.119Subject Sample 06:16

2.195Breath Volume 06:16

0.000Air Blank 06:17

0.079Control Test 06:18

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 05/30/2017 01:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:5905/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:45

Hamilton County SO

SMITH,LORNE

03/05/2019

03417080A1

Hamilton County SO

SMITH,LORNE,J

PARKIN

04/28/2017

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

# 1Subject Sample 23:45 Sequence Aborted

0.000Breath Volume 23:45

0.000Air Blank 23:45

Data Download Date/Time: 05/30/2017 01:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:4905/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:45

Hamilton County SO

SMITH JR,LORNE

03/05/2019

03417080A1

Hamilton County SO

SMITH JR,WILLIAM,D

PARKIN

04/28/2017

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.081Control Test 00:02

0.000Air Blank 00:03

# 1Subject Sample 00:03 Subject Test Refused

0.000Breath Volume 00:03

0.000Air Blank 00:03

0.080Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 05/30/2017 01:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:32:2605/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:55

15:51

Santa Rosa County SO

DENNEY,JASON

03/25/2018

AG608505

Santa Rosa County SO

ENTERKIN,DONALD,W

FARMER

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:25

0.000Air Blank 16:26

0.080Control Test 16:26

0.000Air Blank 16:26

# 1 0.000Subject Sample 16:27

1.632Breath Volume 16:27

0.000Air Blank 16:28

0.000Air Blank 16:30

# 2 0.000Subject Sample 16:31

1.648Breath Volume 16:31

0.000Air Blank 16:31

0.080Control Test 16:31

0.000Air Blank 16:32

OKDiagnostics Check 16:32

Data Download Date/Time: 07/01/2017 00:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:3105/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:39

FHP Troop A

STEINER,ZACHARY

03/25/2018

AG608505

FHP Troop A

STEINER,ZACHARY,A

CULLEN

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:45

0.000Air Blank 19:45

0.000Control Test 19:45 RFI Detect

0.000Air Blank 19:46

Data Download Date/Time: 07/01/2017 00:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:5705/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:39

FHP Troop A

STEINER,ZACHARY

03/25/2018

AG608505

FHP Troop A

STEINER,ZACHARY,A

CULLEN

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.080Control Test 19:48

0.000Air Blank 19:49

# 1 0.108Subject Sample 19:50

2.433Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:52

# 2 0.102Subject Sample 19:53

1.574Breath Volume 19:53

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 07/01/2017 00:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000773CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:1605/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

17:45

FHP Troop B

GANUS,GLEN

09/05/2018

23016080A3

FHP Troop B

GANUS,GLEN,A

JOHNS

05/24/2017

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:26

0.000Air Blank 18:27

0.079Control Test 18:27

0.000Air Blank 18:27

# 1 0.134Subject Sample 18:28

2.648Breath Volume 18:28

0.000Air Blank 18:29

0.000Air Blank 18:31

# 2 0.129Subject Sample 18:31

1.785Breath Volume 18:31

0.000Air Blank 18:32

0.076Control Test 18:32

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 07/24/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:4905/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:28

Columbia County SO

HARVEY,DAVID

06/02/2017

1686772

Columbia County SO

HARVEY,DAVID,A

MYLES

04/24/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:01

0.000Air Blank 01:01

# 1Subject Sample 01:04 No Sample Provided

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2Subject Sample 01:07 Subject Test Refused

0.000Breath Volume 01:07

0.000Air Blank 01:07

0.082Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 05/23/2017 07:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5005/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:17

FHP Troop B

OGLESBY,MICHAEL

06/02/2017

1686772

FHP Troop B

OGLESBY,MICHAEL,L

BRASFIELD

04/24/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:01

# 1 0.148Subject Sample 04:02

2.859Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:04

# 2 0.148Subject Sample 04:05

3.246Breath Volume 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 05/23/2017 07:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:4605/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:42

FHP Troop B

TILLIE,JOHN

05/05/2018

09216080A2

FHP Troop B

TILLIE,JOHN,R

RICKETSON

05/23/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.083Control Test 22:01

0.000Air Blank 22:01

# 1 0.110Subject Sample 22:02

3.050Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:04

# 2 0.108Subject Sample 22:05

3.160Breath Volume 22:05

0.000Air Blank 22:05

0.082Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 06/18/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000776CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:3905/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:20

Lafayette County SO

DEAS,ALFRED

08/05/2018

17316080A2

Lafayette County SO

DEAS,ALFRED,A

HAMPTON

04/24/2017

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:57

# 2 0.014Subject Sample 23:58

1.609Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.013Subject Sample 00:01

1.457Breath Volume 00:01

0.000Air Blank 00:01

0.079Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 06/26/2017 11:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000776CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:3505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:39

Lafayette County SO

HARRIS,EDWARD

08/05/2018

17316080A2

Lafayette County SO

DEAS,ALFRED,A

RODRIGUEZ-VAZQUEZ

04/24/2017

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:41

0.080Control Test 18:41

0.000Air Blank 18:42

# 1 0.210Subject Sample 18:42

1.113Breath Volume 18:42

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.192Subject Sample 18:48 Volume Not Met

0.746Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:50

# 3 0.209Subject Sample 18:52

1.195Breath Volume 18:52

0.000Air Blank 18:52

0.077Control Test 18:53

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 06/26/2017 11:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:55:5105/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

09:22

FHP Troop H

WRIGHT,JOSHUA

01/05/2018

34015080A2

FHP Troop H

LLANES,GABRIEL,M

COX

05/03/2017

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:49

0.000Air Blank 10:49

0.079Control Test 10:50

0.000Air Blank 10:50

# 1 0.018Subject Sample 10:51

1.253Breath Volume 10:51

0.000Air Blank 10:51

0.000Air Blank 10:53

# 2 0.019Subject Sample 10:54

1.191Breath Volume 10:54

0.000Air Blank 10:54

0.079Control Test 10:55

0.000Air Blank 10:55

OKDiagnostics Check 10:55

Data Download Date/Time: 06/26/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:2405/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:59

Madison County SO

DEWEY,JARED

01/05/2018

34015080A2

Madison County SO

DEWEY,JARED,K

COOLEY

05/03/2017

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

# 1 0.162Subject Sample 00:30

2.617Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.156Subject Sample 00:34

2.535Breath Volume 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 06/26/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3905/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:00

FHP Troop H

SWINDLE,CHARLES

01/05/2018

34015080A2

FHP Troop H

HARRELL,WILLIAM,E

VOUGHT

05/03/2017

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

# 1Subject Sample 02:57 Subject Test Refused

0.000Breath Volume 02:57

0.000Air Blank 02:57

0.079Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 06/26/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:51:0905/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:47

Washington County SO

SULLIVAN,ANDER

02/05/2018

01316080A1

Washington County SO

FRIES,LANDON,D

WESLEY

05/02/2017

8100.27

WASHINGTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 13:45

0.000Air Blank 13:45

0.076Control Test 13:45

0.000Air Blank 13:46

# 1 0.000Subject Sample 13:46

1.140Breath Volume 13:46

0.000Air Blank 13:47

0.000Air Blank 13:49

# 2 0.000Subject Sample 13:49

1.750Breath Volume 13:49

0.000Air Blank 13:50

0.076Control Test 13:50

0.000Air Blank 13:51

OKDiagnostics Check 13:51

Data Download Date/Time: 06/03/2017 16:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:35:2305/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

15:50

Holmes County SO

HARRISON,TYLER

08/25/2016

20314080A4

Holmes County SO

PATE,THOMAS,W

SMITH

04/29/2017

8100.27

HOLMES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:27

0.000Air Blank 17:28

0.079Control Test 17:28

0.000Air Blank 17:28

# 1 0.085Subject Sample 17:30

2.628Breath Volume 17:30

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.082Subject Sample 17:33

1.281Breath Volume 17:33

0.000Air Blank 17:34

0.076Control Test 17:34

0.000Air Blank 17:35

OKDiagnostics Check 17:35

Data Download Date/Time: 06/03/2017 15:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:2005/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

00:30

Gulf Breeze PD

SCAPIN,BRANDON

06/05/2017

13115080A1

Gulf Breeze PD

TATRO,KERSTAN,J

TOMLIN

04/17/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.079Control Test 01:53

0.000Air Blank 01:53

# 1 0.235Subject Sample 01:54

2.746Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:56

# 2 0.232Subject Sample 01:57

2.855Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 05/15/2017 21:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:3405/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:07

Gulf Breeze PD

ROBERSON,THOMAS

06/05/2017

13115080A1

Gulf Breeze PD

ROBERSON,THOMAS,C

PICOU

04/17/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

# 1 0.012Subject Sample 00:44

1.105Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.012Subject Sample 00:48

1.828Breath Volume 00:48

0.000Air Blank 00:48

0.082Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 05/15/2017 21:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:2305/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:11

Gulf Breeze PD

TATRO,KERSTAN

06/05/2017

13115080A1

Gulf Breeze PD

TATRO,KERSTAN,J

PARKS

04/17/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.078Control Test 22:36

0.000Air Blank 22:36

# 1 0.130Subject Sample 22:37

1.964Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:39

# 2 0.125Subject Sample 22:40

1.863Breath Volume 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 05/15/2017 21:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0805/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:43

Gulf Breeze PD

BANKS,SEAN

06/05/2017

13115080A1

Gulf Breeze PD

BANKS,SEAN,C

MASCARDO

04/17/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.079Control Test 03:21

0.000Air Blank 03:21

# 1 0.169Subject Sample 03:22

1.425Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.172Subject Sample 03:26

2.015Breath Volume 03:26

0.000Air Blank 03:27

0.081Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 05/15/2017 21:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:3205/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:41

Gulf Breeze PD

TATRO,KERSTAN

06/05/2017

13115080A1

Gulf Breeze PD

TATRO,KERSTAN,J

SWICK

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:56

Air Blank 05:57 RFI Detect

0.000Air Blank 05:57

Data Download Date/Time: 07/05/2017 23:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:4805/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:41

Gulf Breeze PD

TATRO,KERSTAN

06/05/2017

13115080A1

Gulf Breeze PD

TATRO,KERSTAN,J

SWICK

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.079Control Test 06:00

0.000Air Blank 06:01

# 1Subject Sample 06:01 Subject Test Refused

0.000Breath Volume 06:01

0.000Air Blank 06:01

0.079Control Test 06:02

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 07/05/2017 23:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:0005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:57

Gulf Breeze PD

WHITE,TRAVIS

06/05/2017

13115080A1

Gulf Breeze PD

KIDD,JERMEL,L

CRISP

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

# 1Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:47

Data Download Date/Time: 07/05/2017 23:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:2005/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:17

Gulf Breeze PD

ROBERSON,THOMAS

06/05/2017

13115080A1

Gulf Breeze PD

ROBERSON,THOMAS,C

TOWNSEND

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:52

# 1 0.163Subject Sample 02:54

1.578Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.171Subject Sample 02:57

2.082Breath Volume 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 07/05/2017 23:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:5905/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:37

Gulf Breeze PD

WEIERS,BLAINE

06/05/2017

13115080A1

Gulf Breeze PD

WEIERS,BLAINE,T

FOUNTAIN

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.079Control Test 22:27

0.000Air Blank 22:28

# 1Subject Sample 22:28 Subject Test Refused

0.000Breath Volume 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:1605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:08

Gulf Breeze PD

SCAPIN,BRANDON

06/05/2017

13115080A1

Gulf Breeze PD

SCAPIN,BRANDON,L

PARTAIN

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:34

0.000Air Blank 06:34

0.079Control Test 06:35

0.000Air Blank 06:35

# 1Subject Sample 06:35 Subject Test Refused

0.000Breath Volume 06:35

0.000Air Blank 06:36

0.080Control Test 06:36

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:0505/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:08

Gulf Breeze PD

SCAPIN,BRANDON

06/05/2017

13115080A1

Gulf Breeze PD

SCAPIN,BRANDON,L

CLYMER

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:39

0.000Air Blank 06:39

0.079Control Test 06:40

0.000Air Blank 06:40

# 1Subject Sample 06:40 Subject Test Refused

0.000Breath Volume 06:40

0.000Air Blank 06:41

0.079Control Test 06:41

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:0105/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:35

Gulf Breeze PD

BANKS,SEAN

06/05/2017

13115080A1

Gulf Breeze PD

BANKS,SEAN,C

PARRY

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

# 1 0.183Subject Sample 01:58

2.972Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.183Subject Sample 02:01

2.679Breath Volume 02:01

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:03

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:0305/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:08

Gulf Breeze PD

TATRO,KERSTAN

06/05/2017

13115080A1

Gulf Breeze PD

TATRO,KERSTAN,J

OLSEN

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

# 1 0.175Subject Sample 04:15

2.035Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.164Subject Sample 04:18

2.765Breath Volume 04:18

0.000Air Blank 04:19

0.080Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:20

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000790CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:3805/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:12

Vero Beach PD

GREEN,BRIAN

06/05/2018

12716080A6

Vero Beach PD

TOOLE,PATRICK,S

HIGGINS

04/27/2017

8100.27

VERO BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.079Control Test 01:51

0.000Air Blank 01:52

# 1 0.085Subject Sample 01:52

1.191Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.083Subject Sample 01:56

1.101Breath Volume 01:56

0.000Air Blank 01:56

0.078Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 05/29/2017 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0305/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:29

St. Lucie County SO

WITT,TYLER

10/05/2017

24515080A1

St. Lucie County SO

WITT,TYLER,

BRADLEY

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:20

# 1 0.160Subject Sample 03:21

3.433Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.161Subject Sample 03:24

4.269Breath Volume 03:24

0.000Air Blank 03:25

0.077Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:26

Data Download Date/Time: 05/12/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:38:2805/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

17:36

Fort Pierce PD

DAVIS,KAYCEE

10/05/2017

24515080A1

Fort Pierce PD

STOKES,SHAYNE,R

FOGEL

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:32

0.079Control Test 18:32

0.000Air Blank 18:33

# 1 0.228Subject Sample 18:33

1.257Breath Volume 18:33

0.000Air Blank 18:34

0.000Air Blank 18:36

# 2 0.216Subject Sample 18:36

1.363Breath Volume 18:36

0.000Air Blank 18:37

0.078Control Test 18:37

Air Blank 18:38 RFI Detect

0.000Air Blank 18:38

Data Download Date/Time: 05/12/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2505/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:06

St. Lucie County SO

FULSTON,TIMOTHY

10/05/2017

24515080A1

St. Lucie County SO

WRIGHT,TANYA,L

FRANKO

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.078Control Test 02:06

0.000Air Blank 02:07

# 1 0.189Subject Sample 02:08

2.035Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.206Subject Sample 02:11

1.660Breath Volume 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 05/12/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:0805/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

22:56

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

DESTINORD

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.079Control Test 00:22

0.000Air Blank 00:22

# 1 0.152Subject Sample 00:23

1.320Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.162Subject Sample 00:26

1.488Breath Volume 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 05/12/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:5805/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

18:41

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

GABRIEL

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.079Control Test 20:09

0.000Air Blank 20:09

# 1 0.050Subject Sample 20:10

3.925Breath Volume 20:10

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.048Subject Sample 20:13

4.445Breath Volume 20:13

0.000Air Blank 20:14

0.079Control Test 20:14

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 05/12/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:3205/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:09

St. Lucie County SO

PAQUETTE,JASON

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

ZIMMERMAN

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:16

# 1 0.168Subject Sample 00:16

1.109Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.154Subject Sample 00:20

1.636Breath Volume 00:20

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 05/12/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:4605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:00

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

BEADLE

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.078Control Test 04:41

0.000Air Blank 04:42

# 1 0.172Subject Sample 04:42

2.000Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.157Subject Sample 04:46

1.531Breath Volume 04:46

0.000Air Blank 04:46

0.078Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 05/12/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:0205/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:18

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

THOMAS

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

# 1 0.130Subject Sample 04:17

1.363Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.132Subject Sample 04:20

1.628Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:22

Data Download Date/Time: 05/12/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:07:3505/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:11

St. Lucie County SO

SCUOPPO,ANTHONY

10/05/2017

24515080A1

St. Lucie County SO

FELIX,GEORGE,D

RAY

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:01

0.000Air Blank 15:01

0.080Control Test 15:01

0.000Air Blank 15:02

# 1 0.162Subject Sample 15:02

1.574Breath Volume 15:02

0.000Air Blank 15:03

0.000Air Blank 15:05

# 2 0.157Subject Sample 15:06

1.402Breath Volume 15:06

0.000Air Blank 15:06

0.078Control Test 15:06

0.000Air Blank 15:07

OKDiagnostics Check 15:07

Data Download Date/Time: 05/12/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:5005/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:35

FHP Troop K

NOLASCO,ELVIS

10/05/2017

24515080A1

FHP Troop K

NOLASCO,ELVIS,J

IGNATKINA

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.079Control Test 21:41

0.000Air Blank 21:41

# 1 0.154Subject Sample 21:44 Volume Not Met

0.066Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.131Subject Sample 21:50 Volume Not Met

0.472Breath Volume 21:50

0.000Air Blank 21:50

0.078Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 05/12/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:0305/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:35

FHP Troop K

NOLASCO,ELVIS

10/05/2017

24515080A1

FHP Troop K

NOLASCO,ELVIS,J

IGNATKINA

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.078Control Test 21:59

0.000Air Blank 21:59

# 1 0.183Subject Sample 22:00

1.375Breath Volume 22:00

Air Blank 22:00 RFI Detect

0.000Air Blank 22:01

0.078Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:02

Data Download Date/Time: 05/12/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:2305/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:05

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

QUIGLEY

04/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:08

# 1 0.229Subject Sample 01:10

1.417Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:12

# 2 0.189Subject Sample 01:16 Volume Not Met

0.664Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 3 0.191Subject Sample 01:21 Volume Not Met

0.242Breath Volume 01:21

0.000Air Blank 01:22

0.077Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 05/12/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4005/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:22

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

RING

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.078Control Test 03:21

0.000Air Blank 03:21

# 1 0.125Subject Sample 03:22

2.800Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.131Subject Sample 03:25

3.292Breath Volume 03:25

0.000Air Blank 03:25

0.078Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:1705/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:43

FHP Troop L

WALLACE,KYLE

10/05/2017

24515080A1

FHP Troop L

MCDONALD,THOMAS,C

WHALEN

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

Air Blank 00:51 RFI Detect

0.000Air Blank 00:52

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:5105/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:43

FHP Troop L

WALLACE,KYLE

10/05/2017

24515080A1

FHP Troop L

MCDONALD,THOMAS,C

WHALEN

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.079Control Test 00:55

0.000Air Blank 00:56

# 1 0.125Subject Sample 00:57

2.074Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.117Subject Sample 01:00

1.449Breath Volume 01:00

0.000Air Blank 01:00

0.078Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:32:3105/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:01

06:34

Fort Pierce PD

WARNER,TODD

10/05/2017

24515080A1

Fort Pierce PD

WARNER,TODD,A

BRENDLE

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:24

0.000Air Blank 07:24

0.079Control Test 07:24

0.000Air Blank 07:25

# 1 0.107Subject Sample 07:28

1.382Breath Volume 07:28

0.000Air Blank 07:28

0.000Air Blank 07:30

# 2 0.103Subject Sample 07:31

1.277Breath Volume 07:31

0.000Air Blank 07:31

0.077Control Test 07:31

0.000Air Blank 07:32

OKDiagnostics Check 07:32

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4205/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:04

Fort Pierce PD

ANTON,NICHOLAS

10/05/2017

24515080A1

Fort Pierce PD

ANTON,NICHOLAS,A

BEAL

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.078Control Test 00:52

0.000Air Blank 00:53

# 1 0.208Subject Sample 00:54

1.535Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.218Subject Sample 00:57

1.265Breath Volume 00:57

0.000Air Blank 00:57

0.078Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:2305/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:12

Port St. Lucie PD

HERRING,TIMOTHY

10/05/2017

24515080A1

Port St. Lucie PD

HERRING,TIMOTHY,R

LONG

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.079Control Test 05:44

0.000Air Blank 05:45

# 1 0.210Subject Sample 05:46

1.730Breath Volume 05:46

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.216Subject Sample 05:49

3.316Breath Volume 05:49

0.000Air Blank 05:50

0.077Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:3505/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:29

Fort Pierce PD

TRINIDAD,OSCAR

10/05/2017

24515080A1

Fort Pierce PD

TUMBLIN,WILLIS,J

KIMMEL

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1 0.144Subject Sample 02:14 Volume Not Met

0.195Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:16

# 2 0.161Subject Sample 02:17

1.921Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 3 0.152Subject Sample 02:20

1.453Breath Volume 02:20

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:3305/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:58

Port St. Lucie PD

THOMPSON,BRIAN

10/05/2017

24515080A1

Port St. Lucie PD

THOMPSON,BRIAN,J

DODD

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.079Control Test 23:08

0.000Air Blank 23:08

# 1 0.180Subject Sample 23:09

2.164Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.184Subject Sample 23:13

1.960Breath Volume 23:13

0.000Air Blank 23:13

0.077Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:5205/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:33

Port St. Lucie PD

TRUDEAU,RYAN

10/05/2017

24515080A1

Port St. Lucie PD

TRUDEAU,RYAN,S

POOD

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.078Control Test 02:59

0.000Air Blank 03:00

# 1Subject Sample 03:00 Subject Test Refused

0.000Breath Volume 03:00

0.000Air Blank 03:00

0.079Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:5305/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:00

Port St. Lucie PD

TRUDEAU,RYAN

10/05/2017

24515080A1

Port St. Lucie PD

TRUDEAU,RYAN,S

MORALES

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.078Control Test 05:53

0.000Air Blank 05:53

# 1Subject Sample 05:54 Subject Test Refused

0.000Breath Volume 05:54

0.000Air Blank 05:54

0.079Control Test 05:55

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:2105/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:33

FHP Troop A

SHIPMAN,KAREN

09/05/2017

19615080A2

FHP Troop A

SHIPMAN,KAREN,D

TILLERY

04/27/2017

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.076Control Test 00:13

0.000Air Blank 00:14

# 1 0.225Subject Sample 00:15

1.871Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.232Subject Sample 00:17

1.964Breath Volume 00:17

0.000Air Blank 00:18

0.078Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 05/31/2017 15:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3205/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

23:59

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

MARRERO MALDONADO

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

# 1 0.124Subject Sample 01:02

1.382Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.124Subject Sample 01:05

1.332Breath Volume 01:05

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 05/03/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1105/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:49

Hillsborough Co SO

BRENNAN,D

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

HOLDAHL-ERDMAN

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

# 1 0.241Subject Sample 02:27

1.394Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.234Subject Sample 02:30

1.554Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 05/03/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:34:0705/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

15:24

FHP Troop B

MASH,EARL

03/05/2018

04216080A3

FHP Troop B

MASH,EARL,C

THOMAS

04/24/2017

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:27

0.000Air Blank 18:27

0.078Control Test 18:27

0.000Air Blank 18:28

# 1 0.218Subject Sample 18:29

1.914Breath Volume 18:29

0.000Air Blank 18:30

0.000Air Blank 18:32

# 2 0.224Subject Sample 18:32

3.707Breath Volume 18:32

0.000Air Blank 18:33

0.078Control Test 18:33

0.000Air Blank 18:34

OKDiagnostics Check 18:34

Data Download Date/Time: 05/24/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:5005/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

17:13

FHP Troop B

NICK,TIMOTHY

03/05/2018

04216080A3

FHP Troop B

NICK,TIMOTHY,E

WARD

05/24/2017

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:12

0.000Air Blank 18:13

0.079Control Test 18:13

0.000Air Blank 18:13

# 1Subject Sample 18:14 Subject Test Refused

0.000Breath Volume 18:14

Air Blank 18:14 RFI Detect

0.000Air Blank 18:14

Data Download Date/Time: 06/26/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:1405/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

22:07

Perry PD

MITCHELL,CHAS

04/19/2019

390314

Perry PD

CANNON,CHAD,M

HILL

04/25/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.077Control Test 22:33

0.000Air Blank 22:33

# 1 0.129Subject Sample 22:34

1.121Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.138Subject Sample 22:37

1.816Breath Volume 22:37

0.000Air Blank 22:38

0.077Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 05/31/2017 13:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:2105/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:06

Hernando County SO

WITHERELL,BENJAMIN

06/05/2018

12716080A7

Hernando County SO

WITHERELL,BENJAMIN,T

EMENS

04/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

# 1 0.153Subject Sample 00:27

1.625Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:29

# 2 0.167Subject Sample 00:30

2.187Breath Volume 00:30

0.000Air Blank 00:31

0.078Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 05/11/2017 17:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:3405/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:22

Hernando County SO

COCHRANE,AARON

06/05/2018

12716080A7

Hernando County SO

COCHRANE,AARON,M

RUSSELL

04/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:19

# 1 0.156Subject Sample 01:20

3.976Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.152Subject Sample 01:23

3.117Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 05/11/2017 17:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:0505/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:55

Hernando County SO

WITHERELL,BENJAMIN

06/05/2018

12716080A7

Hernando County SO

WITHERELL,BENJAMIN,T

CORSO

04/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.081Control Test 21:53

0.000Air Blank 21:54

# 1 0.123Subject Sample 21:54

1.582Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.116Subject Sample 21:57

1.656Breath Volume 21:57

0.000Air Blank 21:58

0.080Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:59

Data Download Date/Time: 05/11/2017 17:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:5305/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:00

Hernando County SO

COCHRANE,REBECCA

06/05/2018

12716080A7

Hernando County SO

COCHRANE,AARON,M

TORRES

04/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.081Control Test 23:58

0.000Air Blank 23:59

# 1 0.148Subject Sample 00:00

1.882Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:02

# 2 0.135Subject Sample 00:03

1.839Breath Volume 00:03

0.000Air Blank 00:03

0.080Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 05/11/2017 17:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:4905/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

04:16

Hernando County SO

RENCZKOWSKI,M

06/05/2018

12716080A7

Hernando County SO

ROSARIO,I,

LEBRON-COLON

04/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.080Control Test 05:15

0.000Air Blank 05:16

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:18

0.081Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 05/11/2017 17:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5005/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:13

Hernando County SO

COCHRANE,AARON

06/05/2018

12716080A7

Hernando County SO

COCHRANE,AARON,M

SPADE

04/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.081Control Test 02:55

0.000Air Blank 02:55

# 1 0.187Subject Sample 02:56

2.171Breath Volume 02:56

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.188Subject Sample 02:59

2.054Breath Volume 02:59

0.000Air Blank 02:59

0.081Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 05/11/2017 17:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:5605/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:46

Hernando County SO

WITHERELL,BENJAMIN

06/05/2018

12716080A7

Hernando County SO

WITHERELL,BENJAMIN,T

LEONE

04/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.076Control Test 23:33

0.000Air Blank 23:34

# 1 0.236Subject Sample 23:34

1.390Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.239Subject Sample 23:38

1.492Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 05/11/2017 17:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:1205/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:50

Hernando County SO

WITHERELL,BENJAMIN

06/05/2018

12716080A7

Hernando County SO

WITHERELL,BENJAMIN,T

ROSS

04/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.081Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:46 Subject Test Refused

0.000Breath Volume 01:46

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 05/11/2017 17:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4805/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:42

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

SCHNACKENBERG

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.081Control Test 00:15

0.000Air Blank 00:15

# 1 0.088Subject Sample 00:16

2.078Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.085Subject Sample 00:19

2.851Breath Volume 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 06/13/2017 21:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:3605/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

21:59

Hernando County SO

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

STIMPSON,RACHEL,

TSOUTSOS

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:16

# 1 0.242Subject Sample 23:16

1.460Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.234Subject Sample 23:19

2.332Breath Volume 23:19

0.000Air Blank 23:20

0.079Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:0605/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

23:21

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

TAYLOR

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.081Control Test 00:08

0.000Air Blank 00:08

# 1 0.210Subject Sample 00:09

1.597Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:11

# 2 0.223Subject Sample 00:12

1.714Breath Volume 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4605/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:17

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

BARNES

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1 0.205Subject Sample 02:58

2.957Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.195Subject Sample 03:01

1.179Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0605/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:20

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

BEVINS

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

# 1 0.133Subject Sample 03:18

1.925Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:20

# 2 0.127Subject Sample 03:21

2.132Breath Volume 03:21

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:14

FHP Troop C

LAVALLE,DANIEL

08/05/2018

17316080A2

FHP Troop C

LAVALLE,DANIEL,L

STEWART

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

# 1 0.170Subject Sample 02:16

2.136Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.168Subject Sample 02:19

2.679Breath Volume 02:19

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:45

Hernando County SO

MAURO,K

08/05/2018

17316080A2

Hernando County SO

COLLITO,BRAD,R

MARSCHNER

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:39

# 1Subject Sample 03:40 Subject Test Refused

0.000Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:42

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:1005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

05:24

Hernando County SO

BELFREY,NICOLAS

08/05/2018

17316080A2

Hernando County SO

PEIRCE,HAROLD,F

HARVEY

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:33

0.000Air Blank 06:33

0.080Control Test 06:33

0.000Air Blank 06:34

# 1Subject Sample 06:34 Subject Test Refused

0.000Breath Volume 06:34

0.000Air Blank 06:35

0.081Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:2405/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:58

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

GANNON

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.080Control Test 00:58

0.000Air Blank 00:58

# 1 0.137Subject Sample 00:59

2.691Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.137Subject Sample 01:02

2.406Breath Volume 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:10:2505/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:37

16:20

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

LEGRAND

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:03

0.000Air Blank 17:04

0.080Control Test 17:04

0.000Air Blank 17:05

# 1 0.120Subject Sample 17:05

4.605Breath Volume 17:05

0.000Air Blank 17:06

0.000Air Blank 17:08

# 2 0.118Subject Sample 17:08

3.277Breath Volume 17:08

0.000Air Blank 17:09

0.080Control Test 17:09

0.000Air Blank 17:10

OKDiagnostics Check 17:10

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:5805/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:05

Hernando County SO

COCHRANE,JONATHAN

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

CIENKY

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

# 1 0.369Subject Sample 03:04

2.628Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:06

# 2 0.364Subject Sample 03:07

2.550Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:2205/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:04

Hernando County SO

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

STIMPSON,RACHEL,

KENNEALLY

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:36

# 1 0.140Subject Sample 04:36

2.402Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.145Subject Sample 04:40

2.261Breath Volume 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:3905/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:14

Hernando County SO

RODRIGUEZ,RAFAEL

08/05/2018

17316080A2

Hernando County SO

STIMPSON,RACHEL,

CAMPBELL

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:27

0.080Control Test 21:27

0.000Air Blank 21:28

# 1Subject Sample 21:28 Subject Test Refused

0.000Breath Volume 21:28

0.000Air Blank 21:28

0.080Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:1105/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

00:32

Hernando County SO

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

STIMPSON,RACHEL,

FULLER

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1 0.161Subject Sample 02:34 Volume Not Met

0.175Breath Volume 02:34

0.000Air Blank 02:35

Air Blank 02:36 RFI Detect

Air Blank 02:36 RFI Detect

0.000Air Blank 02:37

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:44:1305/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:15

09:40

Hernando County SO

MELANSON,JOHN

08/05/2018

17316080A2

Hernando County SO

PEIRCE,HAROLD,F

FRANCIS

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:35

0.000Air Blank 10:36

0.081Control Test 10:36

0.000Air Blank 10:37

# 1 0.000Subject Sample 10:37

2.058Breath Volume 10:37

0.000Air Blank 10:38

0.000Air Blank 10:40

# 2 0.000Subject Sample 10:42

1.269Breath Volume 10:42

0.000Air Blank 10:43

0.082Control Test 10:43

0.000Air Blank 10:44

OKDiagnostics Check 10:44

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:0005/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:43

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

HANLEY

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:15

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1305/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:01

Hernando County SO

JOHNSON,STEVEN

08/05/2018

17316080A2

Hernando County SO

STIMPSON,RACHEL,

LEUDESDORFF

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.081Control Test 23:51

0.000Air Blank 23:52

# 1 0.321Subject Sample 23:52

1.226Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.309Subject Sample 23:56

1.839Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:5005/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:18

Hernando County SO

MORITO,CHRISTOPHER

08/05/2018

17316080A2

Hernando County SO

STIMPSON,RACHEL,

RYBKA

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:41

# 1 0.139Subject Sample 00:43

1.218Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:45

# 2 0.135Subject Sample 00:46

1.417Breath Volume 00:46

0.000Air Blank 00:46

0.077Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:0205/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:30

Hernando County SO

JOHNSON,S

08/05/2018

17316080A2

Hernando County SO

CELT,JENNIFER,M

DUNCAN

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.081Control Test 01:26

0.000Air Blank 01:26

# 1Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:28

0.081Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:29

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

00:31

Hernando County SO

FREDRICKSEN,S

08/05/2018

17316080A2

Brooksville PD

CELT,JENNIFER,M

MESSER

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.169Subject Sample 02:03

1.253Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.170Subject Sample 02:06

1.925Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1905/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:26

Hernando County SO

GARTNER,A

08/05/2018

17316080A2

FHP Troop C

CELT,JENNIFER,M

STANLEY JR

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

# 1 0.163Subject Sample 03:05

1.230Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.134Subject Sample 03:11 Volume Not Met

0.695Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 3 0.157Subject Sample 03:14

1.531Breath Volume 03:14

0.000Air Blank 03:15

0.078Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:4405/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:40

Hernando County SO

TROMBLEY,K

08/05/2018

17316080A2

Hernando County SO

COLLITO,BRAD,R

CLEVELAND

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:34

# 1 0.118Subject Sample 22:35

1.660Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.114Subject Sample 22:39

1.390Breath Volume 22:39

0.000Air Blank 22:39

0.079Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:5905/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:49

Hernando County SO

HARSANYI,W

08/05/2018

17316080A2

Hernando County SO

COLLITO,BRAD,R

BELASIC

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1Subject Sample 00:54 Subject Test Refused

0.000Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:5005/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:20

Hernando County SO

MCDOUGAL,J

08/05/2018

17316080A2

Brooksville PD

COLLITO,BRAD,R

BARNES

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:09

# 1Subject Sample 04:12 Subject Test Refused

0.000Breath Volume 04:12

0.000Air Blank 04:12

0.081Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:3105/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

19:25

Marion County SO

MILLER,GARY

08/06/2018

14968

Marion County SO

MILLER,GARY,A

DELAGO

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:13

0.080Control Test 20:14

0.000Air Blank 20:14

# 1 0.142Subject Sample 20:15

1.988Breath Volume 20:15

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.137Subject Sample 20:17

1.667Breath Volume 20:17

0.000Air Blank 20:18

0.079Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:2005/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:01

Marion County SO

KRUEGER,KYLE

08/06/2018

14968

Marion County SO

AUSTIN,NICHOLAS,J

DOE

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

# 1 0.194Subject Sample 22:29

3.664Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.196Subject Sample 22:32

3.746Breath Volume 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5205/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:11

FHP Troop B

BAKER,MARK

08/06/2018

14968

FHP Troop B

BAKER,MARK,J

GUTHRIE

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

# 1 0.000Subject Sample 03:26

2.191Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.000Subject Sample 03:29

2.066Breath Volume 03:29

0.000Air Blank 03:29

0.081Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:5605/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:20

FHP Troop B

BAKER,MARK

08/06/2018

14968

FHP Troop B

BAKER,MARK,J

BETANCOURT

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:21

0.000Air Blank 06:21

0.080Control Test 06:21

0.000Air Blank 06:22

# 1 0.119Subject Sample 06:23

1.312Breath Volume 06:23

0.000Air Blank 06:24

0.000Air Blank 06:25

# 2 0.118Subject Sample 06:26

1.242Breath Volume 06:26

0.000Air Blank 06:27

0.080Control Test 06:27

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:0105/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:47

Marion County SO

HARTIGAN,CAITLIN

08/06/2018

14968

Marion County SO

HARTIGAN,CAITLIN,G

TYSON

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:44

# 1 0.202Subject Sample 04:45

1.984Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:47

# 2 0.194Subject Sample 04:48

2.304Breath Volume 04:48

0.000Air Blank 04:49

0.077Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:50

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2205/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:38

Marion County SO

CRAIG,JACOB

08/06/2018

14968

Marion County SO

AUSTIN,NICHOLAS,J

RAND

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.151Subject Sample 00:21

3.902Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.148Subject Sample 00:24

3.621Breath Volume 00:24

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:12:5005/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:45

13:20

Belleview PD

HARRINGTON,A

08/06/2018

14968

Belleview PD

HARRINGTON,A,

MCGLYNN

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:06

0.000Air Blank 14:06

0.080Control Test 14:07

0.000Air Blank 14:07

# 1 0.090Subject Sample 14:08

1.507Breath Volume 14:08

0.000Air Blank 14:08

0.000Air Blank 14:10

# 2 0.095Subject Sample 14:11

2.292Breath Volume 14:11

0.000Air Blank 14:11

0.082Control Test 14:12

0.000Air Blank 14:12

OKDiagnostics Check 14:12

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:2105/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:13

FHP Troop B

BAKER,MARK

08/06/2018

14968

FHP Troop B

BAKER,MARK,J

MUSKUS

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.080Control Test 21:21

0.000Air Blank 21:21

# 1 0.000Subject Sample 21:21

1.992Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.000Subject Sample 21:24

1.132Breath Volume 21:24

0.000Air Blank 21:25

0.081Control Test 21:25

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:0705/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:15

Ocala PD

JOEDICKE,WILLIAM

08/06/2018

14968

Ocala PD

JOEDICKE,WILLIAM,R

DONALDSON

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

# 1 0.000Subject Sample 22:52

2.394Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.000Subject Sample 22:55

3.515Breath Volume 22:55

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:2105/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:21

FHP Troop B

FERNANDEZ,ALAIN

08/06/2018

14968

FHP Troop B

FERNANDEZ,ALAIN,

MONTE

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:15

# 1 0.129Subject Sample 23:15

1.351Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.135Subject Sample 23:18

2.183Breath Volume 23:18

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3205/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:55

Marion County SO

KRUEGER,KYLE

08/06/2018

14968

Marion County SO

RENDALL,ADAM,E

TRAPP

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

# 1 0.000Subject Sample 03:34

2.027Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.000Subject Sample 03:37

1.593Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:4005/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:02

Marion County SO

MILLER,GARY

08/06/2018

14968

Marion County SO

MILLER,GARY,A

WADE

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.081Control Test 05:21

0.000Air Blank 05:21

# 1 0.097Subject Sample 05:22

2.277Breath Volume 05:22

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.102Subject Sample 05:25

1.945Breath Volume 05:25

0.000Air Blank 05:25

0.081Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:5005/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:20

FHP Troop B

BALL,CODY

06/08/2019

437738

FHP Troop B

BALL,CODY,W

SEXTON

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:12

0.000Air Blank 20:12

0.080Control Test 20:13

0.000Air Blank 20:13

# 1 0.161Subject Sample 20:15

1.804Breath Volume 20:15

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.157Subject Sample 20:18

1.464Breath Volume 20:18

0.000Air Blank 20:18

0.081Control Test 20:19

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:1505/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:11

FHP Troop B

BAKER,MARK

06/08/2019

437738

FHP Troop B

BAKER,MARK,J

WALSH

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

# 1 0.000Subject Sample 22:37

2.550Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.000Subject Sample 22:40

1.957Breath Volume 22:40

0.000Air Blank 22:41

0.082Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:05

Marion County SO

MILLER,GARY

08/06/2018

14968

Marion County SO

MILLER,GARY,A

ACOSTA

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1Subject Sample 03:01 No Sample Provided

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2Subject Sample 03:06 No Sample Provided

0.000Breath Volume 03:06

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:21:4505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

06:35

Marion County SO

VIEIRA,RICHARD

08/06/2018

14968

Marion County SO

VIEIRA,RICHARD,P

SLANKER

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:15

0.000Air Blank 08:16

0.080Control Test 08:16

0.000Air Blank 08:17

# 1 0.090Subject Sample 08:20 Volume Not Met

0.082Breath Volume 08:20

Air Blank 08:20 Purge Fail

Air Blank 08:21 Purge Fail

Data Download Date/Time: 05/25/2017 12:06

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:30:1205/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

06:35

Marion County SO

VIEIRA,RICHARD

08/06/2018

14968

Marion County SO

VIEIRA,RICHARD,P

SLANKER

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:23

0.000Air Blank 08:24

0.079Control Test 08:24

0.000Air Blank 08:25

# 1 0.093Subject Sample 08:25

1.710Breath Volume 08:25

0.000Air Blank 08:26

0.000Air Blank 08:28

# 2 0.097Subject Sample 08:28

1.453Breath Volume 08:28

0.000Air Blank 08:29

0.081Control Test 08:29

0.000Air Blank 08:30

OKDiagnostics Check 08:30

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1605/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:46

FHP Troop B

BAKER,MARK

06/08/2019

437738

FHP Troop B

BAKER,MARK,J

LETOURNEAU

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.081Control Test 22:02

0.000Air Blank 22:03

# 1 0.215Subject Sample 22:05

1.710Breath Volume 22:05

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.207Subject Sample 22:10

1.140Breath Volume 22:10

Air Blank 22:11 Purge Fail

Air Blank 22:12 Purge Fail

Data Download Date/Time: 05/25/2017 12:06

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:2405/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

20:46

FHP Troop B

BAKER,MARK

06/08/2019

437738

FHP Troop B

BAKER,MARK,J

L365801708690

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.079Control Test 22:18

0.000Air Blank 22:18

# 1 0.170Subject Sample 22:21 Volume Not Met

0.417Breath Volume 22:21

Air Blank 22:22 Purge Fail

Air Blank 22:23 Purge Fail

Data Download Date/Time: 05/25/2017 12:06

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:18:2405/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:51

07:11

FHP Troop B

LANDER,JAMES

06/08/2019

437738

FHP Troop B

LANDER,JAMES,P

BUCKLAND

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:12

0.000Air Blank 08:12

0.080Control Test 08:12

0.000Air Blank 08:13

# 1 0.070Subject Sample 08:13

1.460Breath Volume 08:13

0.000Air Blank 08:14

0.000Air Blank 08:16

# 2 0.069Subject Sample 08:16

2.406Breath Volume 08:16

0.000Air Blank 08:17

0.081Control Test 08:17

0.000Air Blank 08:18

OKDiagnostics Check 08:18

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0705/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:34

Marion County SO

MUNDORFF,TERRY

06/08/2019

437738

Marion County SO

MUNDORFF,TERRY,D

BAIN

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

# 1 0.173Subject Sample 02:55 Volume Not Met

0.800Breath Volume 02:55

Air Blank 02:56 Purge Fail

Air Blank 02:57 Purge Fail

Data Download Date/Time: 05/25/2017 12:06

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:2405/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:34

Marion County SO

MUNDORFF,TERRY

06/08/2019

437738

Marion County SO

MUNDORFF,TERRY,D

BAIN

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.078Control Test 03:00

0.000Air Blank 03:00

# 1 0.243Subject Sample 03:00

3.000Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.241Subject Sample 03:03

1.402Breath Volume 03:03

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:30:3905/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

06:38

Marion County SO

VIEIRA,RICHARD

08/06/2018

14968

Marion County SO

VIEIRA,RICHARD,P

KLINE JR

04/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:23

0.000Air Blank 08:24

0.080Control Test 08:24

0.000Air Blank 08:25

# 1 0.109Subject Sample 08:25

1.449Breath Volume 08:25

0.000Air Blank 08:26

0.000Air Blank 08:28

# 2 0.104Subject Sample 08:29

1.925Breath Volume 08:29

0.000Air Blank 08:29

0.082Control Test 08:30

0.000Air Blank 08:30

OKDiagnostics Check 08:30

Data Download Date/Time: 05/25/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4505/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:28

Sumter County SO

HOLLOWAY,JACOB

09/05/2018

20016080A3

Sumter County SO

GEOGHEGAN,ASHLEY,M

MANSUKHANI

04/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:45

# 1 0.241Subject Sample 02:47

1.765Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.224Subject Sample 02:49

1.832Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 05/25/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:3905/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:06

Sumter County SO

TAN,R

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

ODONNELL

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:31

# 1Subject Sample 23:31 Subject Test Refused

0.000Breath Volume 23:31

0.000Air Blank 23:31

0.079Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 06/27/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:4405/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:21

Sumter County SO

SEARS,T

09/05/2018

20016080A3

Sumter County SO

MARSHALL,JARROD,C

ENGLISH

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.078Control Test 20:42

0.000Air Blank 20:43

# 1Subject Sample 20:43 Subject Test Refused

0.000Breath Volume 20:43

0.000Air Blank 20:43

0.079Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 06/27/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:0005/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:18

Sumter County SO

BONURA,M

09/05/2018

20016080A3

Wildwood PD

MARSHALL,JARROD,C

HARRIS

04/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.080Control Test 05:13

0.000Air Blank 05:14

# 1Subject Sample 05:14 Subject Test Refused

0.000Breath Volume 05:14

0.000Air Blank 05:15

0.080Control Test 05:15

0.000Air Blank 05:15

OKDiagnostics Check 05:16

Data Download Date/Time: 05/25/2017 02:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:4005/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:51

Sumter County SO

TRACY,TRENT

09/05/2018

20016080A3

Sumter County SO

MARSHALL,JARROD,C

HACKWORTH

04/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:28

# 1 0.190Subject Sample 23:29

1.722Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:31

# 2 0.179Subject Sample 23:33

1.273Breath Volume 23:33

0.000Air Blank 23:34

0.080Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 05/25/2017 02:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:3305/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:09

Sumter County SO

HOLOWAY,JACOB

09/05/2018

20016080A3

Sumter County SO

RIVENBARK,LEE,M

DELONG

04/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:45

# 1 0.201Subject Sample 23:45

2.550Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.206Subject Sample 23:48

2.777Breath Volume 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 05/25/2017 02:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:1905/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:15

Sumter County SO

ORTIZ,BILLY

09/05/2018

20016080A3

FHP Troop C

RIVENBARK,LEE,M

EKLUND

04/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:17

0.080Control Test 05:18

0.000Air Blank 05:18

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 05/25/2017 02:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:5105/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:11

Sumter County SO

ROSS,CALEB

09/05/2018

20016080A3

Sumter County SO

RIVENBARK,LEE,M

MENDEZ

04/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

# 1 0.221Subject Sample 23:52

3.441Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.221Subject Sample 23:56

3.796Breath Volume 23:56

0.000Air Blank 23:56

0.078Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 05/25/2017 02:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1505/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:16

Sumter County SO

VICKERS,TRACY

09/05/2018

20016080A3

FHP Troop C

LEWIS,JARROD,W

STONER

04/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.079Control Test 23:54

0.000Air Blank 23:54

# 1Subject Sample 23:54 Subject Test Refused

0.000Breath Volume 23:54

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 05/25/2017 02:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:0605/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:47

Sumter County SO

DOBOSIEWICZ,ANTHONY

09/05/2018

20016080A3

FHP Troop C

LEWIS,JARROD,W

SANCHEZ

04/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

# 1 0.000Subject Sample 23:37

3.148Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.000Subject Sample 23:40

4.203Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 05/25/2017 02:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:5405/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:23

CCA Citrus

TAYLOR,UNK

06/05/2017

13115080A1

Citrus County SO

ROBERSON,WILLIAM,E

MOBERLEY

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.076Control Test 01:51

0.000Air Blank 01:52

# 1 0.202Subject Sample 01:53

1.398Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.218Subject Sample 01:56

1.734Breath Volume 01:56

0.000Air Blank 01:56

0.076Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:10:3805/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

10:49

CCA Citrus

HORTON,TIM

06/05/2017

13115080A1

Citrus County SO

BOGUE,VINCE,H

COOK

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:02

0.000Air Blank 12:02

0.076Control Test 12:02

0.000Air Blank 12:03

# 1 0.290Subject Sample 12:05

1.238Breath Volume 12:05

0.000Air Blank 12:06

0.000Air Blank 12:08

# 2 0.292Subject Sample 12:09

1.863Breath Volume 12:09

0.000Air Blank 12:09

0.075Control Test 12:10

0.000Air Blank 12:10

OKDiagnostics Check 12:10

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:3405/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:58

16:09

CCA Citrus

KJEKSTAD,ERIC

06/05/2017

13115080A1

FHP Troop C

BOGUE,VINCE,H

GROSS

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:18

0.000Air Blank 17:19

0.076Control Test 17:19

0.000Air Blank 17:19

# 1Subject Sample 17:20 Subject Test Refused

0.000Breath Volume 17:20

0.000Air Blank 17:20

0.075Control Test 17:20

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:2505/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:29

CCA Citrus

TAYLOR,T

06/05/2017

13115080A1

Citrus County SO

MCCAZZIO,SEAN,J

WISE

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.077Control Test 04:08

0.000Air Blank 04:08

# 1Subject Sample 04:09 Subject Test Refused

0.000Breath Volume 04:09

0.000Air Blank 04:09

0.076Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:06:1705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

05:55

CCA Citrus

HOLTZHOUSE,N/A

06/05/2017

13115080A1

Citrus County SO

SWIGER,CARL,M

REYNOLDS

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:56

0.000Air Blank 06:56

0.077Control Test 06:57

0.000Air Blank 06:57

# 1 0.180Subject Sample 07:00

1.980Breath Volume 07:00

0.000Air Blank 07:01

0.000Air Blank 07:03

# 2 0.183Subject Sample 07:04

1.117Breath Volume 07:04

0.000Air Blank 07:05

0.073Control Test 07:05 Control Outside Tolerance

0.000Air Blank 07:06

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:4505/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:01

15:19

CCA Citrus

WEST,J

06/05/2017

13115080A1

Citrus County SO

WING,JOSHUA,M

KING

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:22

0.076Control Test 16:22

0.000Air Blank 16:23

# 1 0.105Subject Sample 16:24

1.140Breath Volume 16:24

0.000Air Blank 16:25

0.000Air Blank 16:26

# 2 0.102Subject Sample 16:27

1.207Breath Volume 16:27

0.000Air Blank 16:27

0.076Control Test 16:28

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:00:0105/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:26

16:41

CCA Citrus

FELIX,REYSON

06/05/2017

13115080A1

Citrus County SO

WING,JOSHUA,M

MEDDIS

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:46

0.000Air Blank 17:46

0.076Control Test 17:47

0.000Air Blank 17:47

# 1 0.232Subject Sample 17:49

1.195Breath Volume 17:49

0.000Air Blank 17:50

0.000Air Blank 17:52

# 2 0.209Subject Sample 17:55 Volume Not Met

0.085Breath Volume 17:55

0.000Air Blank 17:56

0.000Air Blank 17:58

# 3 0.222Subject Sample 17:58

2.683Breath Volume 17:58

0.000Air Blank 17:59

0.074Control Test 17:59 Control Outside Tolerance

0.000Air Blank 18:00

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:0305/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

11:30

FHP Troop C

LAVALLE,D

06/05/2017

13115080A1

FHP Troop C

LAVALLE,DANIEL,L

BAKER

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.076Control Test 01:06

0.000Air Blank 01:07

# 1 0.191Subject Sample 01:08

1.199Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.187Subject Sample 01:11

2.394Breath Volume 01:11

0.000Air Blank 01:12

0.075Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:13

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:4705/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:35

CCA Citrus

BLOTZ,G

06/05/2017

13115080A1

Citrus County SO

SCHOETTNER,ADRIAN,J

BRASS

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.076Control Test 03:27

0.000Air Blank 03:28

# 1 0.210Subject Sample 03:31 Volume Not Met

0.093Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.201Subject Sample 03:35

1.636Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 3 0.173Subject Sample 03:41 Volume Not Met

0.152Breath Volume 03:41

0.000Air Blank 03:41

0.073Control Test 03:42 Control Outside Tolerance

0.000Air Blank 03:42

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:40

CCA Citrus

HOLTZHOUSE,J

06/05/2017

13115080A1

Citrus County SO

MCCAZZIO,SEAN,J

GENTRY

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.077Control Test 03:30

0.000Air Blank 03:30

# 1 0.119Subject Sample 03:31

3.289Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.118Subject Sample 03:34

2.269Breath Volume 03:34

0.000Air Blank 03:34

0.076Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:1505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:43

CCA Citrus

HOLTZHOUSE,J

06/05/2017

13115080A1

Citrus County SO

MCCAZZIO,SEAN,J

PARSONS

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.074Control Test 23:46 Control Outside Tolerance

0.000Air Blank 23:47

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:43

CCA Citrus

HOLTZHOUSE,J

06/05/2017

13115080A1

CCA Citrus

MCCAZZIO,SEAN,J

PARSONS

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.076Control Test 23:50

0.000Air Blank 23:50

# 1Subject Sample 23:53 Subject Test Refused

0.015Breath Volume 23:53

0.000Air Blank 23:53

0.074Control Test 23:54 Control Outside Tolerance

0.000Air Blank 23:54

Data Download Date/Time: 05/24/2017 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:1705/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:35

CCA Citrus

TAYOR,J

11/05/2018

26316080A2

FHP Troop C

MCCAZZIO,SEAN,J

WILKINS

04/25/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:14

# 1 0.080Subject Sample 01:15

1.808Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.079Subject Sample 01:18

1.312Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 05/24/2017 10:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:5605/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

20:35

CCA Citrus

MCGILL,T

11/05/2018

26316080A2

Citrus County SO

ECHEVARRIA,LISA,V

MOORE

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:17

# 1Subject Sample 23:17 Subject Test Refused

0.000Breath Volume 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:2105/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:10

17:38

CCA Citrus

JONES,J.

06/05/2017

13115080A1

FFWCC (Ocala)

SCHOETTNER,ADRIAN,J

DENNEY

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:46

0.080Control Test 18:47

0.000Air Blank 18:47

# 1Subject Sample 18:47 Subject Test Refused

0.000Breath Volume 18:47

0.000Air Blank 18:48

0.080Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:2905/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:26

17:42

CCA Citrus

SETTLES,J.

06/05/2017

13115080A1

FFWCC (Ocala)

SCHOETTNER,ADRIAN,J

SLATTON

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:56

0.081Control Test 19:56

0.000Air Blank 19:56

# 1Subject Sample 19:57 Subject Test Refused

0.000Breath Volume 19:57

0.000Air Blank 19:57

0.081Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:5105/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:06

18:10

CCA Citrus

CHESHIRE,A

06/05/2017

13115080A1

FFWCC (Ocala)

SCHOETTNER,ADRIAN,J

BARD

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:49

# 1 0.153Subject Sample 20:50

3.046Breath Volume 20:50

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.143Subject Sample 20:53

1.328Breath Volume 20:53

0.000Air Blank 20:53

0.080Control Test 20:54

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:0905/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:45

18:46

CCA Citrus

CREEL,A.

06/05/2017

13115080A1

FFWCC (Ocala)

SCHOETTNER,ADRIAN,J

DIEHL

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:57

# 1 0.108Subject Sample 22:00 Volume Not Met

1.027Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.117Subject Sample 22:06 Volume Not Met

0.628Breath Volume 22:06

0.000Air Blank 22:07

0.078Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4005/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:10

CCA Citrus

AMATO,A

06/05/2017

13115080A1

Citrus County SO

SCHOETTNER,ADRIAN,J

BRANSCUM

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

# 1 0.280Subject Sample 03:57

1.738Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.282Subject Sample 04:02

1.933Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:2605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:53

16:50

CCA Citrus

JONES,J

06/05/2017

13115080A1

FFWCC (Ocala)

SCHOETTNER,ADRIAN,J

PEREZ

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:32

0.000Air Blank 18:33

0.080Control Test 18:33

0.000Air Blank 18:33

# 1Subject Sample 18:34 Subject Test Refused

0.000Breath Volume 18:34

0.000Air Blank 18:34

0.080Control Test 18:34

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:3405/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:10

18:51

CCA Citrus

VANNESS,M

06/05/2017

13115080A1

FFWCC (Ocala)

SCHOETTNER,ADRIAN,J

MILLER

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:45

0.081Control Test 20:45

0.000Air Blank 20:46

# 1 0.093Subject Sample 20:46

2.957Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.095Subject Sample 20:50

2.937Breath Volume 20:50

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:4005/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:41

Lake County SO

BINDER,BRONSON

11/05/2017

1766638

Lake County SO

BINDER,BRONSON,M

JONES

04/27/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:02

# 1Subject Sample 05:02 Subject Test Refused

0.000Breath Volume 05:02

0.000Air Blank 05:02

0.078Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 05/22/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4005/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:59

Lake County SO

BINDER,BRONSON

11/05/2017

1766638

Lake County SO

BINDER,BRONSON,M

ALI

04/27/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.079Control Test 03:39

0.000Air Blank 03:39

# 1 0.182Subject Sample 03:40

1.390Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.176Subject Sample 03:43

1.144Breath Volume 03:43

0.000Air Blank 03:43

0.078Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 05/22/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:1905/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

06:07

Clermont PD

BLOOM,NICHOLAS

11/05/2017

1766638

Clermont PD

BLOOM,NICHOLAS,A

BISSOONCHAN

04/27/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:54

0.000Air Blank 06:54

0.079Control Test 06:55

0.000Air Blank 06:55

# 1 0.056Subject Sample 06:56

1.640Breath Volume 06:56

0.000Air Blank 06:57

0.000Air Blank 06:59

# 2 0.060Subject Sample 06:59

1.980Breath Volume 06:59

0.000Air Blank 07:00

0.079Control Test 07:00

0.000Air Blank 07:01

OKDiagnostics Check 07:01

Data Download Date/Time: 05/22/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:47:2605/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:19

Lake County SO

SADOWSKI,B

11/05/2017

1766638

Lake County SO

LUKENS,SHAWN,C

WHITAKER

04/27/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.079Control Test 17:41

0.000Air Blank 17:42

# 1 0.294Subject Sample 17:42

2.816Breath Volume 17:42

0.000Air Blank 17:43

0.000Air Blank 17:45

# 2 0.305Subject Sample 17:45

2.917Breath Volume 17:45

0.000Air Blank 17:46

0.078Control Test 17:46

0.000Air Blank 17:47

OKDiagnostics Check 17:47

Data Download Date/Time: 05/22/2017 12:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:20:1005/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:48

14:35

FHP Troop D

RITTER,ALEC

11/05/2017

1766638

FHP Troop D

RITTER,ALEC,D

NICHOLSON

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:13

0.000Air Blank 16:14

0.079Control Test 16:14

0.000Air Blank 16:14

# 1 0.222Subject Sample 16:15

2.300Breath Volume 16:15

0.000Air Blank 16:16

0.000Air Blank 16:18

# 2 0.216Subject Sample 16:18

2.332Breath Volume 16:18

0.000Air Blank 16:19

0.077Control Test 16:19

0.000Air Blank 16:20

OKDiagnostics Check 16:20

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:4805/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:20

Lake County SO

GOEHRING,J

11/05/2017

1766638

Lake County SO

GOEHRING,J,

SAMUEL

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.079Control Test 01:53

0.000Air Blank 01:53

# 1 0.059Subject Sample 01:54

2.082Breath Volume 01:54

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.060Subject Sample 01:57

1.613Breath Volume 01:57

0.000Air Blank 01:57

0.079Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:2305/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

19:51

FHP Troop D

CORRIVEAU,CHAD

11/05/2017

1766638

FHP Troop D

CORRIVEAU,CHAD,R

ASTORGA

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:06

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:4505/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:37

Lake County SO

CHESSHER,SANDRA

11/05/2017

1766638

Lake County SO

CHESSHER,SANDRA,W

RAMIREZ

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.000Control Test 23:28 RFI Detect

0.000Air Blank 23:28

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0205/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:37

Lake County SO

CHESSHER,SANDRA

11/05/2017

1766638

Lake County SO

CHESSHER,SANDRA,W

RAMIREZ

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.079Control Test 23:31

0.000Air Blank 23:31

# 1 0.143Subject Sample 23:33

1.480Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.154Subject Sample 23:36

2.871Breath Volume 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:38

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:4105/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:42

Lake County SO

PITCHER,DARRYL

11/05/2017

1766638

Lake County SO

PITCHER,DARRYL,P

DILLE

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:44

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:3505/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:38

06:18

Leesburg PD

PINCUS,SETH

02/05/2018

01316080A2

Leesburg PD

SOMMERSDORF,JOHN,G

STUART

05/17/2017

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:59

0.000Air Blank 06:59

0.080Control Test 07:00

0.000Air Blank 07:00

# 1 0.165Subject Sample 07:01

1.304Breath Volume 07:01

0.000Air Blank 07:01

0.000Air Blank 07:03

# 2 0.179Subject Sample 07:04

1.769Breath Volume 07:04

0.000Air Blank 07:04

0.080Control Test 07:05

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 06/20/2017 09:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:2405/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:14

Leesburg PD

STEVENS,JEREMY

02/05/2018

01316080A2

Leesburg PD

STEVENS,JEREMY,L

PATTERSON

05/17/2017

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.080Control Test 19:41

0.000Air Blank 19:41

# 1 0.084Subject Sample 19:42

2.832Breath Volume 19:42

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.087Subject Sample 19:44

2.265Breath Volume 19:44

0.000Air Blank 19:45

0.079Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 06/20/2017 09:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:5705/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:24

Hillsborough Co SO

LEBOVITZ,A

06/05/2018

12716080A7

Temple Terrace PD

HENRY,PATRICIA,

MCCAFFREY

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:14

# 1 0.063Subject Sample 00:15

2.023Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.065Subject Sample 00:18

1.992Breath Volume 00:18

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 05/03/2017 13:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:2905/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:06

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

GUERRERO

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.079Control Test 04:47

0.000Air Blank 04:47

# 1 0.191Subject Sample 04:48

3.191Breath Volume 04:48

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.190Subject Sample 04:50

3.285Breath Volume 04:50

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 05/03/2017 13:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:4705/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:37

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

BLOOMFIELD

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:24

# 1 0.187Subject Sample 04:25

3.718Breath Volume 04:25

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.187Subject Sample 04:28

3.527Breath Volume 04:28

0.000Air Blank 04:28

0.078Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 05/03/2017 13:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1905/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:11

Hillsborough Co SO

WOODEN,D

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

SHARABBA

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.110Subject Sample 03:06

2.640Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.111Subject Sample 03:09

2.929Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 05/03/2017 13:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:0205/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:30

Hillsborough Co SO

NIEUWENDAM,R

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

ANDRIES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.081Control Test 04:37

0.000Air Blank 04:38

# 1 0.078Subject Sample 04:38

3.070Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.082Subject Sample 04:41

3.242Breath Volume 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:43

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3105/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:54

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

DUNCAN

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.079Control Test 03:53

0.000Air Blank 03:53

# 1 0.142Subject Sample 03:53

1.453Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.153Subject Sample 03:57

1.187Breath Volume 03:57

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:1905/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:36

Hillsborough Co SO

VAN TREESE,S

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

PORTUGALLO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

# 1 0.230Subject Sample 22:48

2.398Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.227Subject Sample 22:51

1.945Breath Volume 22:51

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:1705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:49

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

HENRY,PATRICIA,

GRIMSLEY

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:34

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:35

# 1 0.146Subject Sample 05:36

1.175Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.157Subject Sample 05:39

2.171Breath Volume 05:39

0.000Air Blank 05:40

0.080Control Test 05:40

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:5705/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:32

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

CARABALLO CRUZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

# 1 0.251Subject Sample 02:32

2.246Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.246Subject Sample 02:35

2.488Breath Volume 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0105/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:27

Hillsborough Co SO

AGUAYO,J

06/05/2018

12716080A7

Hillsborough Co SO

DAIL,JULIE,A

VELIZ-CHOLICO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.079Control Test 03:13

0.000Air Blank 03:13

# 1 0.193Subject Sample 03:16 Volume Not Met

1.082Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.214Subject Sample 03:20

1.613Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 3 0.209Subject Sample 03:24

1.738Breath Volume 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:26

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:4305/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

05:13

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

MCMINN,KATHY,

BABB JR

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:56

0.000Air Blank 05:57

0.079Control Test 05:57

0.000Air Blank 05:57

# 1 0.141Subject Sample 05:58

2.289Breath Volume 05:58

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.145Subject Sample 06:01

2.582Breath Volume 06:01

0.000Air Blank 06:01

0.079Control Test 06:02

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:1405/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:34

Hillsborough Co SO

BRABAND,M

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

SMITH

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.078Control Test 23:43

0.000Air Blank 23:44

# 1 0.188Subject Sample 23:45

1.140Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.190Subject Sample 23:48

1.558Breath Volume 23:48

0.000Air Blank 23:49

0.077Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3905/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:23

Hillsborough Co SO

DUNCAN,M

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

WISE

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.078Control Test 00:11

0.000Air Blank 00:11

# 1 0.249Subject Sample 00:12

2.007Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.264Subject Sample 00:15

2.046Breath Volume 00:15

0.000Air Blank 00:15

0.079Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:3405/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:03

Hillsborough Co SO

GONZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

SMITH

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:48

# 1 0.092Subject Sample 04:48

2.460Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.096Subject Sample 04:52

2.324Breath Volume 04:52

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1405/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:30

Hillsborough Co SO

BLANCHARD,J

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

OBY

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:27

# 1 0.195Subject Sample 03:31 Volume Not Met

0.046Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.215Subject Sample 03:36 Volume Not Met

0.281Breath Volume 03:36

0.000Air Blank 03:37

0.078Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:3905/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:07

Hillsborough Co SO

PECYLAK,M

06/05/2018

12716080A7

Hillsborough Co SO

DAIL,JULIE,A

CASTRO-GUTIERREZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.079Control Test 22:00

0.000Air Blank 22:01

# 1 0.200Subject Sample 22:02

2.292Breath Volume 22:02

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.197Subject Sample 22:05

3.269Breath Volume 22:05

0.000Air Blank 22:05

0.079Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:1005/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:03

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

GUIMARAES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1 0.172Subject Sample 03:54

2.652Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:56

# 2 0.174Subject Sample 03:57

2.589Breath Volume 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:4505/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:57

Hillsborough Co SO

BRENNAN,D

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

CHAMOUN

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

# 1 0.148Subject Sample 22:58

1.195Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.152Subject Sample 23:02

1.421Breath Volume 23:02

0.000Air Blank 23:02

0.080Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1105/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:49

Hillsborough Co SO

DAWSY,B

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

BUCKLEY

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

# 1 0.217Subject Sample 03:34

1.355Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.220Subject Sample 03:37

2.933Breath Volume 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:5905/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:07

Hillsborough Co SO

GONZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

BUTLER

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.078Control Test 03:52

0.000Air Blank 03:52

# 1 0.106Subject Sample 03:53

1.503Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.109Subject Sample 03:56

1.382Breath Volume 03:56

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:4405/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:28

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

VELEZ MELENDEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:25

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:28

0.079Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:28:4805/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:03

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

DAIL,JULIE,A

LUIS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.079Control Test 06:13

0.000Air Blank 06:13

# 1 0.161Subject Sample 06:17 Volume Not Met

0.089Breath Volume 06:17

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2 0.182Subject Sample 06:21

1.828Breath Volume 06:21

0.000Air Blank 06:22

0.000Air Blank 06:24

# 3 0.183Subject Sample 06:27

2.437Breath Volume 06:27

0.000Air Blank 06:27

0.078Control Test 06:28

0.000Air Blank 06:28

OKDiagnostics Check 06:28

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:4405/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:58

Hillsborough Co SO

BRABAND,M

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

EICHLER

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.079Control Test 20:50

0.000Air Blank 20:50

# 1 0.256Subject Sample 20:51

2.957Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:53

# 2 0.232Subject Sample 20:54

3.007Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 3 0.252Subject Sample 20:58

3.187Breath Volume 20:58

0.000Air Blank 20:58

0.078Control Test 20:59

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5505/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:11

Hillsborough Co SO

HALL,K

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

LAING

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.079Control Test 04:02

0.000Air Blank 04:02

# 1 0.167Subject Sample 04:05 Volume Not Met

1.003Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.168Subject Sample 04:11 Volume Not Met

0.945Breath Volume 04:11

0.000Air Blank 04:12

0.078Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:1005/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:19

Hillsborough Co SO

BAILEY,D

06/05/2018

12716080A7

Tampa PD

HENRY,PATRICIA,

WILSON

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.079Control Test 00:58

0.000Air Blank 00:58

# 1Subject Sample 01:00 Subject Test Refused

0.000Breath Volume 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1505/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:40

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

ALVARADO CONTRERAS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:29

# 1 0.211Subject Sample 02:32

1.398Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.180Subject Sample 02:37 Volume Not Met

0.605Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 3 0.224Subject Sample 02:40

1.714Breath Volume 02:40

0.000Air Blank 02:41

0.077Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:4905/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:32

Hillsborough Co SO

BAILEY,D

06/05/2018

12716080A7

Tampa PD

ARUNDALE,BRITTANY,T

PEETE JR

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:09

# 1 0.238Subject Sample 04:10

1.167Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:12

# 2 0.236Subject Sample 04:15

1.382Breath Volume 04:15

0.000Air Blank 04:15

0.079Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0805/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:43

Hillsborough Co SO

PORTMAN,A

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

SOCIAS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

# 1 0.016Subject Sample 02:38

3.082Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.019Subject Sample 02:41

4.058Breath Volume 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:4105/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:39

Hillsborough Co SO

DAWSY,B

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

PADGETT

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

# 1 0.216Subject Sample 04:27

3.476Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.203Subject Sample 04:31

2.847Breath Volume 04:31

0.000Air Blank 04:31

0.077Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:5305/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

02:40

Hillsborough Co SO

HANSEN,T

06/05/2018

12716080A7

FHP Troop C

TORRES,JENIFER,

HINTZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.078Control Test 04:09

0.000Air Blank 04:09

# 1 0.188Subject Sample 04:10

2.148Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.200Subject Sample 04:13

3.437Breath Volume 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:2905/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:08

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

HENRY,PATRICIA,

ANTONUCCI

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

# 1 0.142Subject Sample 01:54

2.308Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.153Subject Sample 01:57

2.171Breath Volume 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:3905/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:06

Hillsborough Co SO

GARRELL,Q

06/05/2018

12716080A7

Plant City PD

HOLLAND,CHARLEENE,N

SANCHEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.079Control Test 04:55

0.000Air Blank 04:55

# 1 0.000Subject Sample 04:56

1.300Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.000Subject Sample 04:59

2.265Breath Volume 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1605/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

23:56

Hillsborough Co SO

O'NEILL,A

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

BARD

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.080Control Test 01:59

0.000Air Blank 01:59

# 1 0.178Subject Sample 02:02 Volume Not Met

0.863Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.208Subject Sample 02:06

1.226Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 3 0.173Subject Sample 02:11 Volume Not Met

0.351Breath Volume 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1905/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

23:56

Hillsborough Co SO

O'NEILL,A

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

BARD

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.078Control Test 02:16

0.000Air Blank 02:16

# 1 0.191Subject Sample 02:19

1.371Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.187Subject Sample 02:23

1.152Breath Volume 02:23

0.000Air Blank 02:24

0.077Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:0405/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:04

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

JENKINS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.079Control Test 05:07

0.000Air Blank 05:08

# 1 0.135Subject Sample 05:08

2.820Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.134Subject Sample 05:11

2.691Breath Volume 05:11

0.000Air Blank 05:12

0.078Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:13

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2305/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:21

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

DAIL,JULIE,A

CHEN

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.080Control Test 04:12

0.000Air Blank 04:12

# 1 0.134Subject Sample 04:14

1.468Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.135Subject Sample 04:17

1.242Breath Volume 04:17

0.000Air Blank 04:18

0.078Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:5005/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

04:03

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

AROCHA

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.079Control Test 04:50

0.000Air Blank 04:50

# 1Subject Sample 04:53 No Sample Provided

0.000Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2Subject Sample 04:59 No Sample Provided

0.000Breath Volume 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4505/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:07

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

RASEMONT

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.079Control Test 04:56

0.000Air Blank 04:56

# 1Subject Sample 04:59 Subject Test Refused

0.000Breath Volume 04:59

0.000Air Blank 04:59

0.080Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:3205/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:21

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

DIANA

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:09

# 1 0.109Subject Sample 01:12 Volume Not Met

0.171Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:14

# 2 0.092Subject Sample 01:18 Volume Not Met

0.031Breath Volume 01:18

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:1405/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:02

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

RUIZ JR

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

# 1 0.170Subject Sample 03:45

1.484Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.169Subject Sample 03:48

2.238Breath Volume 03:48

0.000Air Blank 03:49

0.078Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3905/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:15

Hillsborough Co SO

VAN-TREESE,S

06/05/2018

12716080A7

Tampa PD

DAIL,JULIE,A

FERRANTE

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:02

0.000Air Blank 03:02

# 1 0.227Subject Sample 03:03

1.308Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.233Subject Sample 03:06

1.742Breath Volume 03:06

0.000Air Blank 03:06

0.078Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:0505/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:19

Hillsborough Co SO

GONZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

MORRIS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

# 1 0.180Subject Sample 04:01

1.617Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.178Subject Sample 04:04

1.574Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:06

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:5405/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:54

Hillsborough Co SO

MILLER,J

06/05/2018

12716080A7

Temple Terrace PD

HOLLAND,CHARLEENE,N

THOMAS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:46

# 1 0.000Subject Sample 00:46

1.343Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.000Subject Sample 00:49

1.218Breath Volume 00:49

0.000Air Blank 00:50

0.078Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:4705/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:00

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

FERRER

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

# 1 0.000Subject Sample 02:01

1.386Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.000Subject Sample 02:04

1.679Breath Volume 02:04

0.000Air Blank 02:04

0.079Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:35

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

TRIMBLE,TERESA,

PACHECO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.079Control Test 02:30

0.000Air Blank 02:30

# 1 0.064Subject Sample 02:31

1.425Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.063Subject Sample 02:35

1.851Breath Volume 02:35

0.000Air Blank 02:35

0.079Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:3905/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

05:14

Hillsborough Co SO

BRENNAN,D

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

GONZALEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.079Control Test 06:02

0.000Air Blank 06:02

# 1 0.084Subject Sample 06:03

3.496Breath Volume 06:03

0.000Air Blank 06:03

0.000Air Blank 06:05

# 2 0.082Subject Sample 06:06

3.402Breath Volume 06:06

0.000Air Blank 06:06

0.078Control Test 06:07

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:1405/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:45

Hillsborough Co SO

BARFIELD-CRAIG,C

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

DICKMAN

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.169Subject Sample 00:46

2.082Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.177Subject Sample 00:50

3.343Breath Volume 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:4905/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:48

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

ERATO

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.080Control Test 21:31

0.000Air Blank 21:31

# 1 0.080Subject Sample 21:34

2.230Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.078Subject Sample 21:37

1.527Breath Volume 21:37

0.000Air Blank 21:37

0.079Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1905/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:15

Martin County SO

BELLAS,DILLON

09/05/2018

20016080A2

Martin County SO

BELLAS,DILLON,A

BRAVO-SANTIZO

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:08

# 1 0.288Subject Sample 02:08

1.750Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.308Subject Sample 02:11

2.386Breath Volume 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:15:0805/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:18

Martin County SO

CUTY,J

09/05/2018

20016080A2

Martin County SO

CUTY,J,K

SEBBAN

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:09

0.000Air Blank 16:10

0.079Control Test 16:10

0.000Air Blank 16:11

# 1Subject Sample 16:13 Subject Test Refused

0.000Breath Volume 16:13

0.000Air Blank 16:14

0.080Control Test 16:14

0.000Air Blank 16:15

OKDiagnostics Check 16:15

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:25:2405/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:18

Martin County SO

CUTY,J

09/05/2018

20016080A2

Martin County SO

CUTY,J,K

SEBBAN

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:21

0.080Control Test 16:21

0.000Air Blank 16:22

# 1Subject Sample 16:23 Subject Test Refused

0.019Breath Volume 16:23

0.000Air Blank 16:24

0.080Control Test 16:24

0.000Air Blank 16:25

OKDiagnostics Check 16:25

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4005/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:44

Martin County SO

BELLAS,DILLON

09/05/2018

20016080A2

Martin County SO

BELLAS,DILLON,A

TOMKIEVICH

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:39

0.000Air Blank 00:39

# 1 0.209Subject Sample 00:40

1.632Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.219Subject Sample 00:43

2.710Breath Volume 00:43

0.000Air Blank 00:43

0.079Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:19:5905/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:53

12:20

Martin County SO

CUTY,J

09/05/2018

20016080A2

Martin County SO

CUTY,J,K

ORTIZ-MORALES

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:13

0.000Air Blank 13:14

0.080Control Test 13:14

0.000Air Blank 13:15

# 1 0.049Subject Sample 13:15

1.390Breath Volume 13:15

0.000Air Blank 13:16

0.000Air Blank 13:18

# 2Subject Sample 13:18 Subject Test Refused

0.000Breath Volume 13:18

0.000Air Blank 13:19

0.079Control Test 13:19

0.000Air Blank 13:19

OKDiagnostics Check 13:19

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:5405/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:47

16:23

Martin County SO

ROSKO,DAVID

09/05/2018

20016080A2

Martin County SO

ROSKO,DAVID,J

SHAVER

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:08

0.000Air Blank 17:08

0.079Control Test 17:09

0.000Air Blank 17:09

# 1Subject Sample 17:10 Subject Test Refused

0.000Breath Volume 17:10

0.000Air Blank 17:10

0.079Control Test 17:11

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:0905/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:50

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

MUELLER

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:24

# 1 0.000Subject Sample 23:24

2.390Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.000Subject Sample 23:27

2.417Breath Volume 23:27

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:3605/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:06

15:51

Martin County SO

PFEIFLE,RYAN

09/05/2018

20016080A2

Martin County SO

COROLLA,SUNDAY,A

CORELLA

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:35

0.000Air Blank 16:35

0.080Control Test 16:35

0.000Air Blank 16:36

# 1 0.230Subject Sample 16:37

1.371Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:39

# 2 0.210Subject Sample 16:41

1.203Breath Volume 16:41

0.000Air Blank 16:42

0.078Control Test 16:42

0.000Air Blank 16:43

OKDiagnostics Check 16:43

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3005/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:11

Martin County SO

DAY,ERICK

09/05/2018

20016080A2

Martin County SO

DAY,ERICK,J

LEONARD

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.041Subject Sample 02:05

2.363Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:07

# 2 0.040Subject Sample 02:08

2.015Breath Volume 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:3805/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

22:10

Stuart PD

LEE,COREY

09/05/2018

20016080A2

Stuart PD

LEE,COREY,C

NELLIGAN

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.079Control Test 22:32

0.000Air Blank 22:32

# 1 0.129Subject Sample 22:33

1.308Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.129Subject Sample 22:36

1.183Breath Volume 22:36

0.000Air Blank 22:36

0.079Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:4505/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:17

Martin County SO

POLIZZI,CHRISTINE

09/05/2018

20016080A2

Martin County SO

POLIZZI,CHRISTINE,A

SLIWOWSKY JR

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:09

# 1 0.000Subject Sample 22:09

1.503Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.000Subject Sample 22:13

1.636Breath Volume 22:13

0.000Air Blank 22:13

0.077Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:3105/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

04:46

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

BAKER

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.080Control Test 05:41

0.000Air Blank 05:41

# 1 0.168Subject Sample 05:42

4.085Breath Volume 05:42

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.149Subject Sample 05:44

2.156Breath Volume 05:44

0.000Air Blank 05:45

0.079Control Test 05:45

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:1605/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:55

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

MILLS

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:38

# 1 0.111Subject Sample 22:38

3.507Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.108Subject Sample 22:41

3.593Breath Volume 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:3705/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:41

Martin County SO

ROBINSON,ROBERT

09/05/2018

20016080A2

Tequesta PD

DAY,ERICK,J

RYAN

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.079Control Test 22:31

0.000Air Blank 22:31

# 1 0.213Subject Sample 22:32

1.527Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.215Subject Sample 22:35

1.539Breath Volume 22:35

0.000Air Blank 22:35

0.078Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0505/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:34

Stuart PD

PECCI,Z

09/05/2018

20016080A2

Stuart PD

PECCI,Z,A

DERISE

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1 0.065Subject Sample 02:59

2.000Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.066Subject Sample 03:02

1.488Breath Volume 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:5805/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:19

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

NOYES

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.000Subject Sample 00:08

3.042Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.000Subject Sample 00:11

2.589Breath Volume 00:11

0.000Air Blank 00:12

0.081Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:5905/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

21:43

Martin County SO

BREVIK,LONNIE

09/05/2018

20016080A2

FFWCC (West Palm)

BELLAS,DILLON,A

WILKERSON

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.079Control Test 23:19

0.000Air Blank 23:19

# 1 0.092Subject Sample 23:20

1.628Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.097Subject Sample 23:23

3.464Breath Volume 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:0405/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:24

Stuart PD

ANGERVIL,CLUDY

09/05/2018

20016080A2

Stuart PD

ANGERVIL,CLAUDY,P

HEATON

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:26

# 1Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:28

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:31

Martin County SO

BELLAS,DILLON

09/05/2018

20016080A2

Martin County SO

BELLAS,DILLON,A

TZUN-ZARATE

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1 0.000Subject Sample 01:11

1.261Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.000Subject Sample 01:15

1.933Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:51:3405/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:23

13:00

Martin County SO

CUTY,J

09/05/2018

20016080A2

Martin County SO

CUTY,J,K

RUSSELL

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:44

0.000Air Blank 13:44

0.079Control Test 13:45

0.000Air Blank 13:45

# 1 0.240Subject Sample 13:46

1.167Breath Volume 13:46

0.000Air Blank 13:46

0.000Air Blank 13:48

# 2 0.220Subject Sample 13:49

1.628Breath Volume 13:49

0.000Air Blank 13:50

0.079Control Test 13:50

0.000Air Blank 13:51

OKDiagnostics Check 13:51

Data Download Date/Time: 05/26/2017 11:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:19:4405/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:42

16:18

Martin County SO

CUTY,J

09/05/2018

20016080A2

Martin County SO

CUTY,J,K

BROWN

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:13

0.000Air Blank 17:14

0.080Control Test 17:14

0.000Air Blank 17:14

# 1 0.000Subject Sample 17:15

1.617Breath Volume 17:15

0.000Air Blank 17:16

0.000Air Blank 17:18

# 2 0.000Subject Sample 17:18

1.183Breath Volume 17:18

0.000Air Blank 17:18

0.080Control Test 17:19

0.000Air Blank 17:19

OKDiagnostics Check 17:19

Data Download Date/Time: 05/26/2017 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0005/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:37

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

GOMEZ SALCEDO

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.079Control Test 00:05

0.000Air Blank 00:06

# 1 0.172Subject Sample 00:06

2.753Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.179Subject Sample 00:09

2.765Breath Volume 00:09

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:11

Data Download Date/Time: 05/26/2017 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1805/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:00

Stuart PD

LEE,COREY

09/05/2018

20016080A2

Stuart PD

LEE,COREY,C

WILLIMS

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

# 1 0.070Subject Sample 00:42

3.402Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.072Subject Sample 00:45

3.179Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 05/26/2017 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:5505/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

20:17

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

SCHNEYMAN

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:57

# 1 0.000Subject Sample 20:57

1.128Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.000Subject Sample 21:00

2.117Breath Volume 21:00

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 05/26/2017 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:1105/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:09

Martin County SO

POLIZZI,CHRISTINE

09/05/2018

20016080A2

Martin County SO

POLIZZI,CHRISTINE,A

TEMAJ MENDEZ

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:58

# 1 0.188Subject Sample 22:58

1.488Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.202Subject Sample 23:01

1.707Breath Volume 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 05/26/2017 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:2605/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:29

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

QUIRKE

04/19/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.079Control Test 21:08

0.000Air Blank 21:08

# 1 0.248Subject Sample 21:09

2.511Breath Volume 21:09

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.250Subject Sample 21:11

2.417Breath Volume 21:11

0.000Air Blank 21:12

0.078Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 05/26/2017 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0405/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:12

Stuart PD

TAYLOR,D

09/05/2018

20016080A2

Stuart PD

PECCI,Z,A

MYERS

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.081Control Test 02:48

0.000Air Blank 02:48

# 1 0.143Subject Sample 02:49

3.003Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.133Subject Sample 02:52

2.359Breath Volume 02:52

0.000Air Blank 02:53

0.079Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:54

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:5605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:15

FFWCC (West Palm)

MORROW,ELISHA

09/05/2018

20016080A2

FFWCC (West Palm)

PATTERSON,KYLE,L

RUMMO

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 17:56

0.000Air Blank 17:57

0.080Control Test 17:57

0.000Air Blank 17:57

# 1 0.164Subject Sample 17:58

4.195Breath Volume 17:58

0.000Air Blank 17:59

0.000Air Blank 18:00

# 2 0.150Subject Sample 18:01

4.050Breath Volume 18:01

0.000Air Blank 18:02

0.079Control Test 18:02

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:5105/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:30

18:24

FFWCC (West Palm)

CARROLL,MICHAEL

09/05/2018

20016080A2

FFWCC (West Palm)

PATTERSON,KYLE,L

AHLUM

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:40

0.080Control Test 19:40

0.000Air Blank 19:41

# 1Subject Sample 19:41 Subject Test Refused

0.000Breath Volume 19:41

0.000Air Blank 19:41

0.080Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:4505/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:15

Martin County SO

POLIZZI,CHRISTINE

09/05/2018

20016080A2

Martin County SO

POLIZZI,CHRISTINE,A

LASELVA

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

# 1 0.128Subject Sample 23:22

1.988Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.128Subject Sample 23:26

1.191Breath Volume 23:26

0.000Air Blank 23:26

0.079Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1505/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:15

Stuart PD

PECCI,Z

09/05/2018

20016080A2

Stuart PD

PECCI,Z,A

MARTE

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:39

0.079Control Test 00:39

0.000Air Blank 00:40

# 1 0.186Subject Sample 00:41

1.925Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:43

# 2 0.178Subject Sample 00:44

1.523Breath Volume 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5905/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:51

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

JOSEPH

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.079Control Test 02:22

0.000Air Blank 02:22

# 1 0.207Subject Sample 02:23

1.734Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.211Subject Sample 02:26

1.320Breath Volume 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5605/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:42

Martin County SO

POLIZZI,CHRISTINE

09/05/2018

20016080A2

Martin County SO

POLIZZI,CHRISTINE,A

TUCHIN AGUILAR

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.079Control Test 03:29

0.000Air Blank 03:29

# 1 0.195Subject Sample 03:31

2.265Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.193Subject Sample 03:34

2.148Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:3305/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:40

17:40

Martin County SO

BREVIK,LONNIE

09/05/2018

20016080A2

FFWCC (West Palm)

DAY,ERICK,J

MILLER

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:03

0.000Air Blank 19:04

0.080Control Test 19:04

0.000Air Blank 19:05

# 1 0.148Subject Sample 19:05

1.691Breath Volume 19:05

0.000Air Blank 19:06

0.000Air Blank 19:08

# 2 0.140Subject Sample 19:08

1.617Breath Volume 19:08

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:0405/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:58

Martin County SO

BELLAS,DILLON

09/05/2018

20016080A2

Martin County SO

BELLAS,DILLON,A

HALLMARK PEARCE

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.079Control Test 02:25

0.000Air Blank 02:25

# 1 0.145Subject Sample 02:28 Volume Not Met

0.230Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.179Subject Sample 02:34 Volume Not Met

0.468Breath Volume 02:34

0.000Air Blank 02:35

0.078Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:36

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2105/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:21

Hillsborough Co SO

GONZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

HENRY,PATRICIA,

MARTINEZ-PEREZ

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:08

# 1 0.214Subject Sample 02:09

1.390Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:11

# 2 0.226Subject Sample 02:12

1.203Breath Volume 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 05/03/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:2305/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

03:52

Hillsborough Co SO

BRABAND,M

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

MCALISTER

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.081Control Test 04:55

0.000Air Blank 04:55

# 1 0.170Subject Sample 04:56

3.296Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.167Subject Sample 04:59

3.230Breath Volume 04:59

0.000Air Blank 05:00

0.079Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 05/03/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1505/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:50

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

DOWNEY

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

# 1 0.202Subject Sample 01:44 Volume Not Met

1.027Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:46

# 2 0.213Subject Sample 01:48

1.953Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 3 0.203Subject Sample 01:52

1.781Breath Volume 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 05/03/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:1205/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:23

Hillsborough Co SO

SIMPKINS,D

06/05/2018

12716080A7

Hillsborough Co SO

TRIMBLE,TERESA,

RUSSELL

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:24

# 1 0.185Subject Sample 03:25

2.781Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.190Subject Sample 03:28

3.253Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 05/03/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:1705/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:05

Hillsborough Co SO

NIEUWENDAM,R

06/05/2018

12716080A7

Tampa PD

HENRY,PATRICIA,

CLEMONS

04/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1 0.138Subject Sample 04:09

1.843Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.147Subject Sample 04:12

3.171Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 05/03/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:3905/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:30

Hillsborough Co SO

NIEUWENDAM,R

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

ANDRIES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1Subject Sample 04:36 Sequence Aborted

0.000Breath Volume 04:36

0.000Air Blank 04:36

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:07:3105/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

12:30

12:00

Hillsborough Co SO

TEST,TEST

06/05/2018

12716080A7

Hillsborough Co SO

SKIPPER,ROGER,G

TEST

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:02

0.000Air Blank 13:02

0.081Control Test 13:03

0.000Air Blank 13:03

# 1 0.000Subject Sample 13:04

1.335Breath Volume 13:04

0.000Air Blank 13:04

0.000Air Blank 13:06

# 2Subject Sample 13:07 Sequence Aborted

0.000Breath Volume 13:07

0.000Air Blank 13:07

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:4805/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:39

Hillsborough Co SO

DE JESUS,V

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

SANTIAGO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:30

# 1Subject Sample 03:33 No Sample Provided

0.000Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.190Subject Sample 03:36

3.121Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 3 0.186Subject Sample 03:39

2.906Breath Volume 03:39

0.000Air Blank 03:39

0.080Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:3505/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:26

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

TREJO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:32

0.000Air Blank 01:32

# 1 0.161Subject Sample 01:33

1.949Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.156Subject Sample 01:36

2.777Breath Volume 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:1205/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:01

Hillsborough Co SO

LOWRY,M

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

ESKRIDGE JR

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.070Subject Sample 02:44 Volume Not Met

0.421Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.092Subject Sample 02:48

2.105Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 3 0.086Subject Sample 02:51

1.226Breath Volume 02:51

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:1205/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:05

Hillsborough Co SO

KRUTHERS,B

06/05/2018

12716080A7

Hillsborough Co SO

HENRY,PATRICIA,

VALDIVIA

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:54

# 1 0.182Subject Sample 03:54

1.269Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.172Subject Sample 03:58

1.296Breath Volume 03:58

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:3205/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:19

Hillsborough Co SO

NIEUWENDAM,R

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

TORRES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:19

# 1 0.118Subject Sample 05:22 Volume Not Met

0.136Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:24

# 2 0.118Subject Sample 05:25

2.160Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:27

# 3 0.105Subject Sample 05:30 Volume Not Met

0.074Breath Volume 05:30

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:3805/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:27

Hillsborough Co SO

PECYLAK,M

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

BROWN

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.081Control Test 00:17

0.000Air Blank 00:18

# 1 0.143Subject Sample 00:19

1.863Breath Volume 00:19

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.137Subject Sample 00:22

1.832Breath Volume 00:22

0.000Air Blank 00:22

0.080Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:5705/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:06

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

CABALLERO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.080Control Test 03:01

0.000Air Blank 03:01

# 1 0.027Subject Sample 03:02

1.570Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.026Subject Sample 03:06

1.312Breath Volume 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 06/05/2017 19:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:4705/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:40

Hillsborough Co SO

PECYLAK,M

06/05/2018

12716080A7

Hillsborough Co SO

DAIL,JULIE,A

PADILLA-HERNANDEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.080Control Test 23:37

0.000Air Blank 23:37

# 1 0.218Subject Sample 23:38

1.316Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.210Subject Sample 23:43

1.312Breath Volume 23:43

0.000Air Blank 23:43

0.080Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2905/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:22

Hillsborough Co SO

WOODEN,D

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

JONES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.100Subject Sample 02:03

2.269Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.099Subject Sample 02:06

2.316Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:4805/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:51

Hillsborough Co SO

MILLER,J.A.

06/05/2018

12716080A7

Temple Terrace PD

DAIL,JULIE,A

SAMUELS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

# 1 0.072Subject Sample 02:50 Volume Not Met

0.121Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.097Subject Sample 02:54

1.371Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 3 0.096Subject Sample 02:59

1.820Breath Volume 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:0605/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:41

Hillsborough Co SO

MONTOUTE,S

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

GADDIE

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.080Control Test 05:31

0.000Air Blank 05:31

# 1 0.150Subject Sample 05:32

1.621Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.162Subject Sample 05:35

1.460Breath Volume 05:35

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3605/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:45

Hillsborough Co SO

FRANKLIN,R

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

MILLICAN

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.081Control Test 02:48

0.000Air Blank 02:48

# 1 0.060Subject Sample 02:49

1.585Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.059Subject Sample 02:52

1.414Breath Volume 02:52

0.000Air Blank 02:52

0.080Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:1805/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:37

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

MCMINN,KATHY,

RAMOS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

# 1 0.223Subject Sample 22:24

1.550Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.215Subject Sample 22:28

3.015Breath Volume 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1905/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:28

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

ARUNDALE,BRITTANY,T

ROMO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.148Subject Sample 02:27

1.125Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.151Subject Sample 02:30

2.410Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:5905/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:46

Hillsborough Co SO

FRANKLIN,R

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

GONZALEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.081Control Test 05:36

0.000Air Blank 05:36

# 1 0.133Subject Sample 05:38

1.398Breath Volume 05:38

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.143Subject Sample 05:41

2.003Breath Volume 05:41

0.000Air Blank 05:42

0.079Control Test 05:42

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0005/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:22

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

ASHTON

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:19

# 1 0.146Subject Sample 02:20

1.792Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.130Subject Sample 02:23

1.222Breath Volume 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:25

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:3105/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:53

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

CANIZALES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:40

# 1Subject Sample 03:43 Slope Not Met

0.558Breath Volume 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:1205/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:53

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

CANIZALES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:15

# 1 0.188Subject Sample 04:15

2.046Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.181Subject Sample 04:18

1.320Breath Volume 04:18

0.000Air Blank 04:19

0.080Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:1005/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:27

Hillsborough Co SO

BRABAND,M

06/05/2018

12716080A7

Tampa PD

HENRY,PATRICIA,

DAVIS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

# 1 0.000Subject Sample 20:34

2.195Breath Volume 20:34

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2 0.000Subject Sample 20:37

1.988Breath Volume 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:1905/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:00

Hillsborough Co SO

BRENNAN,D

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

HERNANDEZ HERNANDEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:04

# 1 0.169Subject Sample 22:05

1.449Breath Volume 22:05

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.169Subject Sample 22:08

1.894Breath Volume 22:08

0.000Air Blank 22:09

0.079Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:1005/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:30

Hillsborough Co SO

BLANCHARD,J

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

PACHECO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:08

# 1 0.117Subject Sample 04:08

1.187Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.117Subject Sample 04:12

1.308Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1205/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:35

Hillsborough Co SO

BLANCHARD,J

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

BUFFALOE

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

# 1 0.205Subject Sample 01:26

1.492Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:28

# 2 0.204Subject Sample 01:29

2.011Breath Volume 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:2305/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:17

Hillsborough Co SO

BALDWIN,C

06/05/2018

12716080A7

Temple Terrace PD

HENRY,PATRICIA,

MOMPIE OLIVA

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.081Control Test 19:40

0.000Air Blank 19:41

# 1 0.269Subject Sample 19:41

2.367Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.263Subject Sample 19:44

2.058Breath Volume 19:44

0.000Air Blank 19:45

0.080Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:0905/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:29

Hillsborough Co SO

WOODEN,D

06/05/2018

12716080A7

Hillsborough Co SO

TRIMBLE,TERESA,

SHOPE

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.080Control Test 01:24

0.000Air Blank 01:24

# 1 0.156Subject Sample 01:25

3.089Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.167Subject Sample 01:29

3.746Breath Volume 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:3105/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:20

Hillsborough Co SO

BLANCHARD,J

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

ROSENSTOCK

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.202Subject Sample 02:29

1.757Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.196Subject Sample 02:33

1.445Breath Volume 02:33

0.000Air Blank 02:34

0.078Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:4105/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

22:34

Hillsborough Co SO

NIEUWENDAM,R

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

JONES JR

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.080Control Test 00:08

0.000Air Blank 00:08

# 1 0.172Subject Sample 00:10

1.417Breath Volume 00:10

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.166Subject Sample 00:13

1.203Breath Volume 00:13

0.000Air Blank 00:13

0.079Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1105/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:47

Hillsborough Co SO

BAILEY,D

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

HIGHTOWER

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.148Subject Sample 03:27

1.257Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.145Subject Sample 03:30

2.183Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:2905/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:57

Hillsborough Co SO

VEGETO,M

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

JOHNSON

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:37

0.000Air Blank 05:37

0.080Control Test 05:38

0.000Air Blank 05:38

# 1 0.154Subject Sample 05:41 Volume Not Met

0.117Breath Volume 05:41

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.161Subject Sample 05:45

2.492Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:48

# 3 0.162Subject Sample 05:48

1.132Breath Volume 05:48

0.000Air Blank 05:49

0.078Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0905/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:00

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

WHITE JR

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

# 1 0.140Subject Sample 03:00 Volume Not Met

0.375Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:02

# 2 0.141Subject Sample 03:03

1.187Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 3 0.144Subject Sample 03:08

1.128Breath Volume 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:4205/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:31

Hillsborough Co SO

MONTOUTE,S

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

RIOS-HERNANDEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.080Control Test 20:24

0.000Air Blank 20:24

# 1 0.297Subject Sample 20:25

1.621Breath Volume 20:25

0.000Air Blank 20:26

0.000Air Blank 20:27

# 2 0.284Subject Sample 20:28

1.617Breath Volume 20:28

0.000Air Blank 20:29

0.079Control Test 20:30

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:1405/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:35

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

QUEENAN

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

# 1 0.173Subject Sample 02:36

2.750Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.177Subject Sample 02:39

3.031Breath Volume 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1005/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:52

Hillsborough Co SO

BAILEY,D

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

FIELDS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.081Control Test 00:40

0.000Air Blank 00:40

# 1 0.186Subject Sample 00:41

1.824Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:43

# 2 0.186Subject Sample 00:44

1.906Breath Volume 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5305/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:42

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

GRIMES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

# 1 0.131Subject Sample 01:55

1.566Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.134Subject Sample 01:58

1.414Breath Volume 01:58

0.000Air Blank 01:58

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3005/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:10

Hillsborough Co SO

DUNCAN,M

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

GRIFFIN

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.081Control Test 01:58

0.000Air Blank 01:59

# 1 0.166Subject Sample 02:02

1.140Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.175Subject Sample 02:05

1.652Breath Volume 02:05

0.000Air Blank 02:06

0.078Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:4105/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

03:34

Hillsborough Co SO

HANSEN,T

06/05/2018

12716080A7

FHP Troop C

ARUNDALE,BRITTANY,T

WAGNER

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:53

# 1Subject Sample 04:56 No Sample Provided

0.000Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2Subject Sample 05:02 No Sample Provided

0.000Breath Volume 05:02

0.000Air Blank 05:02

0.080Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:4505/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

04:40

Hillsborough Co SO

BARFIELD-CRAIG,C

06/05/2018

12716080A7

Hillsborough Co SO

DAIL,JULIE,A

BEAULIEU

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.080Control Test 05:50

0.000Air Blank 05:50

# 1 0.194Subject Sample 05:51

2.218Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:54

# 2 0.176Subject Sample 05:55

1.597Breath Volume 05:55

0.000Air Blank 05:55

0.078Control Test 05:56

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:1405/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:07

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

DAIL,JULIE,A

RIVERA

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1Subject Sample 02:04 Subject Test Refused

0.484Breath Volume 02:04

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5005/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:35

Hillsborough Co SO

BRABAND,M

06/05/2018

12716080A7

Tampa PD

ARUNDALE,BRITTANY,T

MACHADO VALLECILLO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.156Subject Sample 03:22

1.312Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:24

# 2 0.161Subject Sample 03:25

1.496Breath Volume 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:0105/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:41

Hillsborough Co SO

SULLIVAN,T

06/05/2018

12716080A7

FHP Troop C

TRIMBLE,TERESA,

JONES

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

# 1 0.138Subject Sample 01:39

1.871Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.125Subject Sample 01:43

2.324Breath Volume 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:45

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:2905/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:18

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

KASNICK

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

# 1 0.136Subject Sample 03:45

5.011Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:47

# 2 0.133Subject Sample 03:48

4.460Breath Volume 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:1505/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:03

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

BARGE JR

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:49

# 1 0.181Subject Sample 04:50

4.152Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:52

# 2 0.167Subject Sample 04:53

2.328Breath Volume 04:53

0.000Air Blank 04:54

0.078Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:4905/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:29

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

ZUMETA

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1 0.176Subject Sample 23:08

1.492Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.172Subject Sample 23:12

1.730Breath Volume 23:12

0.000Air Blank 23:12

0.080Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5905/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:28

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

CARROLL

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

# 1 0.188Subject Sample 04:16

2.316Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.199Subject Sample 04:20

2.863Breath Volume 04:20

0.000Air Blank 04:20

0.079Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2505/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:05

Hillsborough Co SO

PECYLAK,M

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

KHOKHLOV

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1Subject Sample 01:07 No Sample Provided

0.000Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.081Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4005/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:32

Hillsborough Co SO

O'NEILL,A

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

HEID

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.198Subject Sample 02:14

2.355Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.187Subject Sample 02:16

1.742Breath Volume 02:16

0.000Air Blank 02:17

0.079Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4405/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:23

FHP Troop D

RITTER,ALEC

06/05/2018

12716080A7

FHP Troop D

RITTER,ALEC,D

ARENA

04/27/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

# 1 0.144Subject Sample 04:06

1.238Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.148Subject Sample 04:09

1.781Breath Volume 04:09

0.000Air Blank 04:09

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 05/22/2017 11:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:04:5905/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:39

13:14

Lady Lake PD

CASTON,J

06/05/2018

12716080A7

Lake County SO

KESSINGER,CHRIS,E

RABON

04/27/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:01

0.000Air Blank 14:02

0.079Control Test 14:02

0.000Air Blank 14:03

# 1Subject Sample 14:03 Subject Test Refused

0.000Breath Volume 14:03

0.000Air Blank 14:04

0.079Control Test 14:04

0.000Air Blank 14:04

OKDiagnostics Check 14:04

Data Download Date/Time: 05/22/2017 11:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:3805/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:39

Mount Dora PD

RATLIFF,J

06/05/2018

12716080A7

FHP Troop D

RICE,A,J

GONZALEZ-TOVAR

04/27/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:50

0.079Control Test 19:51

0.000Air Blank 19:51

# 1 0.263Subject Sample 19:52

5.859Breath Volume 19:52

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.264Subject Sample 19:55

5.554Breath Volume 19:55

0.000Air Blank 19:55

0.080Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 05/22/2017 11:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5705/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:32

Lake County SO

LUKENS,SHAWN

06/05/2018

12716080A7

Lake County SO

LUKENS,SHAWN,C

ROBLES

04/27/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.169Subject Sample 02:23

3.269Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.177Subject Sample 02:26

2.714Breath Volume 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 05/22/2017 11:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:3405/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:15

Lake County SO

PITCHER,DARRYL

06/05/2018

12716080A7

Lake County SO

PITCHER,DARRYL,P

MARSHALL

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.079Control Test 03:54

0.000Air Blank 03:54

# 1 0.280Subject Sample 03:55

3.058Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.256Subject Sample 03:59

1.890Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 3 0.272Subject Sample 04:03

2.070Breath Volume 04:03

0.000Air Blank 04:03

0.077Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:5005/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:05

Lake County SO

BINDER,BRONSON

06/05/2018

12716080A7

Lake County SO

BINDER,BRONSON,M

GIBSON

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:36

# 1 0.129Subject Sample 02:37

2.441Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.131Subject Sample 02:41

2.441Breath Volume 02:41

0.000Air Blank 02:41

0.080Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:1605/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:58

Clermont PD

DUBI,JOHN

06/05/2018

12716080A7

Clermont PD

MARTIN,CHRIS,L

BOECKMAN

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.079Control Test 21:24

0.000Air Blank 21:25

# 1Subject Sample 21:27 Subject Test Refused

0.000Breath Volume 21:27

0.000Air Blank 21:28

0.079Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:09:2905/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:05

05:43

Panama City Beach PD

CHAVIRA,BRANDON

05/19/2018

1861309

Panama City Beach PD

CHAVIRA,BRANDON,A

RICHMOND

04/26/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:57

0.000Air Blank 06:58

0.081Control Test 06:58

0.000Air Blank 06:59

# 1 0.167Subject Sample 07:02 Volume Not Met

0.378Breath Volume 07:02

0.000Air Blank 07:02

0.000Air Blank 07:04

# 2 0.173Subject Sample 07:07 Volume Not Met

0.035Breath Volume 07:07

0.000Air Blank 07:08

0.078Control Test 07:08

0.000Air Blank 07:09

OKDiagnostics Check 07:09

Data Download Date/Time: 06/13/2017 17:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2605/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:48

Panama City Beach PD

THOMAS,STEPHANIE

05/19/2018

1861309

Panama City Beach PD

THOMAS,STEPHANIE,N

GREEN

04/26/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.081Control Test 22:21

0.000Air Blank 22:22

# 1 0.172Subject Sample 22:22

1.285Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.174Subject Sample 22:25

1.800Breath Volume 22:25

0.000Air Blank 22:26

0.081Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 06/13/2017 17:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:4905/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:50

Panama City Beach PD

WURST,JOSHUA

05/19/2018

1861309

Panama City Beach PD

WURST,JOSHUA,D

MENCHACA

04/26/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.081Control Test 02:36

0.000Air Blank 02:37

# 1 0.117Subject Sample 02:38

3.359Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.117Subject Sample 02:41

3.343Breath Volume 02:41

0.000Air Blank 02:41

0.081Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 06/13/2017 17:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:39:5705/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:05

11:08

Panama City Beach PD

POKIPALA,JONAH

05/19/2018

1861309

Panama City Beach PD

DINSE,JAMES,T

POWELL

04/26/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:33

0.000Air Blank 12:34

0.081Control Test 12:34

0.000Air Blank 12:34

# 1 0.231Subject Sample 12:35

2.156Breath Volume 12:35

0.000Air Blank 12:36

0.000Air Blank 12:37

# 2 0.239Subject Sample 12:38

2.679Breath Volume 12:38

0.000Air Blank 12:39

0.081Control Test 12:39

0.000Air Blank 12:39

OKDiagnostics Check 12:39

Data Download Date/Time: 06/13/2017 17:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:0805/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:53

Lynn Haven PD

MUELLER,ASHLEY

05/05/2018

09216080A2

Panama City PD

HAMILTON,PATRICK,T

STORDAHL

05/04/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.078Control Test 05:36

0.000Air Blank 05:36

# 1 0.222Subject Sample 05:37

3.308Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:39

# 2 0.215Subject Sample 05:40

3.433Breath Volume 05:40

0.000Air Blank 05:41

0.078Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 06/02/2017 00:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:3505/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:10

Lynn Haven PD

BOHRER,MARK

05/05/2018

09216080A2

Panama City PD

DUTTON,KERRY,D

DAVIS

05/04/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:30

0.078Control Test 05:30

0.000Air Blank 05:30

# 1 0.247Subject Sample 05:31

2.386Breath Volume 05:31

0.000Air Blank 05:32

0.000Air Blank 05:34

# 2 0.252Subject Sample 05:35

2.398Breath Volume 05:35

0.000Air Blank 05:35

0.079Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 06/02/2017 00:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:59:3105/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:25

13:13

Panama City PD

CONSTANTINO,JON

05/05/2018

09216080A2

Panama City PD

PAUGA,JOHN,E

MONTIN

05/04/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:53

0.000Air Blank 13:54

0.078Control Test 13:54

0.000Air Blank 13:54

# 1 0.102Subject Sample 13:55

1.996Breath Volume 13:55

0.000Air Blank 13:55

0.000Air Blank 13:57

# 2 0.106Subject Sample 13:58

2.246Breath Volume 13:58

0.000Air Blank 13:58

0.080Control Test 13:58

0.000Air Blank 13:59

OKDiagnostics Check 13:59

Data Download Date/Time: 06/02/2017 00:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:5005/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:53

17:42

Lynn Haven PD

MAYFIELD,MATTHEW

05/05/2018

09216080A2

Lynn Haven PD

MAYFIELD,MATTHEW,E

MACK

05/04/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:19

0.000Air Blank 18:20

0.078Control Test 18:20

0.000Air Blank 18:20

# 1 0.205Subject Sample 18:21

1.617Breath Volume 18:21

0.000Air Blank 18:22

0.000Air Blank 18:24

# 2 0.198Subject Sample 18:25

1.234Breath Volume 18:25

0.000Air Blank 18:25

0.078Control Test 18:26

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 06/02/2017 00:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:5905/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:42

Lynn Haven PD

KOYN,MATTHEW

05/05/2018

09216080A2

Panama City PD

DUTTON,KERRY,D

HAWKINS

05/04/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.078Control Test 23:06

0.000Air Blank 23:06

# 1 0.000Subject Sample 23:07

1.359Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.000Subject Sample 23:10

1.960Breath Volume 23:10

0.000Air Blank 23:11

0.078Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 06/02/2017 00:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:2205/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:34

Lynn Haven PD

DUTTON,KERRY

05/05/2018

09216080A2

Lynn Haven PD

DUTTON,KERRY,D

GARZA

05/04/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

# 1Subject Sample 04:31 Subject Test Refused

0.000Breath Volume 04:31

Air Blank 04:31 RFI Detect

0.000Air Blank 04:32

Data Download Date/Time: 06/02/2017 00:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4705/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:02

Lynn Haven PD

QUINN,CAMERON

05/05/2018

09216080A2

Panama City PD

DUTTON,KERRY,D

FLOWERS

05/04/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:58

# 1 0.256Subject Sample 02:59

2.308Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.250Subject Sample 03:02

2.035Breath Volume 03:02

0.000Air Blank 03:02

0.078Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 06/02/2017 00:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5005/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:08

Cape Coral PD

TUCKER,HAILEY

11/05/2018

26316080A2

Cape Coral PD

TUCKER,HAILEY,E

WILSON

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:54

# 1 0.195Subject Sample 02:56

2.867Breath Volume 02:56

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.196Subject Sample 02:59

1.933Breath Volume 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:1505/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:24

Cape Coral PD

GRAY,DANNY

11/05/2018

26316080A2

Cape Coral PD

GRAY,DANNY,W

TEAGUE JR

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

# 1 0.206Subject Sample 03:16

3.281Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.204Subject Sample 03:19

4.191Breath Volume 03:19

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:0905/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:29

16:21

Cape Coral PD

CRANN,JAY

11/05/2018

26316080A2

Cape Coral PD

LEMOS,MATHEW,T

PETERSON

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:52

0.000Air Blank 16:53

0.081Control Test 16:53

0.000Air Blank 16:53

# 1 0.267Subject Sample 16:55

2.089Breath Volume 16:55

0.000Air Blank 16:55

0.000Air Blank 16:57

# 2 0.268Subject Sample 16:58

2.113Breath Volume 16:58

0.000Air Blank 16:59

0.081Control Test 16:59

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:2105/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:50

Cape Coral PD

SHIPPY,DYLAN

11/05/2018

26316080A2

Cape Coral PD

CRAGIN,STEPHEN,R

GRAY

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:32

# 1 0.166Subject Sample 23:33

1.210Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.172Subject Sample 23:37

2.230Breath Volume 23:37

0.000Air Blank 23:38

0.081Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0505/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

00:06

Cape Coral PD

TOBLER,A

11/05/2018

26316080A2

Cape Coral PD

SUSKEVICH,CURT,E

GRAVES

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

# 1Subject Sample 03:05 Subject Test Refused

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:07

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:3805/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:41

Cape Coral PD

SHIPPY,DYLAN

11/05/2018

26316080A2

Cape Coral PD

GRAY,DANNY,W

FRANCSAK

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.081Control Test 21:38

0.000Air Blank 21:39

# 1 0.099Subject Sample 21:42 Volume Not Met

0.140Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.101Subject Sample 21:48 Volume Not Met

0.085Breath Volume 21:48

0.000Air Blank 21:48

0.081Control Test 21:49

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:0805/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:41

Cape Coral PD

SHIPPY,DYLAN

11/05/2018

26316080A2

Cape Coral PD

GRAY,DANNY,W

FRANCSAK

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:53

# 1 0.096Subject Sample 21:57 Volume Not Met

0.203Breath Volume 21:57

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2Subject Sample 22:01 Subject Test Refused

0.210Breath Volume 22:01

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5105/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:36

Cape Coral PD

BARKLEY,JEFFREY

11/05/2018

26316080A2

Cape Coral PD

BARKLEY,JEFFREY,G

ROCKNE

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1 0.000Subject Sample 00:18

3.628Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.000Subject Sample 00:21

3.457Breath Volume 00:21

0.000Air Blank 00:21

0.080Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:0705/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:28

Cape Coral PD

TUCKER,H

11/05/2018

26316080A2

Cape Coral PD

TUCKER,HAILEY,E

BESS

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

# 1Subject Sample 02:21 No Sample Provided

0.000Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2Subject Sample 02:26 No Sample Provided

0.000Breath Volume 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:4605/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

01:51

Cape Coral PD

SCARLATO,MICHAEL

11/05/2018

26316080A2

Cape Coral PD

RUSH,DANIEL,C

SALAZAR ZAMORA

04/12/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

# 1 0.134Subject Sample 03:47

2.835Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:49

# 2 0.128Subject Sample 03:50

3.050Breath Volume 03:50

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 05/17/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:01:3105/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:35

15:10

Blountstown PD

P,T

06/02/2017

AG515306

Blountstown PD

PARTRIDGE,TIMOTHY,S

MONCRIEF

04/01/2017

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:55

0.000Air Blank 15:56

0.080Control Test 15:56

0.000Air Blank 15:56

# 1 0.000Subject Sample 15:57

2.117Breath Volume 15:57

0.000Air Blank 15:57

0.000Air Blank 15:59

# 2 0.000Subject Sample 16:00

1.648Breath Volume 16:00

0.000Air Blank 16:00

0.080Control Test 16:00

0.000Air Blank 16:01

OKDiagnostics Check 16:01

Data Download Date/Time: 09/04/2017 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000862CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:4205/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:50

Blountstown PD

HOLLIDAY,DAISY

06/02/2017

AG515306

Blountstown PD

HOLLIDAY,DAISY,J

JONES

04/01/2017

8100.27

BLOUNTSTOWN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

# 1 0.165Subject Sample 23:34

2.261Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.162Subject Sample 23:37

2.359Breath Volume 23:37

0.000Air Blank 23:37

0.078Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 09/04/2017 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:0005/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:39

FHP Troop E

KILMURRAY,CHRISTOPHER

02/04/2019

279870

Monroe County SO

SOLORZANO,DYLAN,A

MIGUEL

04/28/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.081Control Test 20:32

0.000Air Blank 20:33

# 1Subject Sample 20:36 No Sample Provided

0.000Breath Volume 20:36

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.188Subject Sample 20:42 Volume Not Met

0.078Breath Volume 20:42

0.000Air Blank 20:43

0.082Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:44

Data Download Date/Time: 05/06/2017 07:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:4005/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:39

FHP Troop E

KILMURRAY,CHRISTOPHER

02/04/2019

279870

Monroe County SO

SOLORZANO,DYLAN,A

MIGUEL

04/28/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.081Control Test 20:50

0.000Air Blank 20:51

# 1Subject Sample 20:52 RFI Detect

0.000Breath Volume 20:52

0.000Air Blank 20:52

0.081Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 05/06/2017 07:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:5205/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:37

FHP Troop E

THALER,NICHOLAS

02/04/2019

279870

Monroe County SO

GRACEY,CHRISTINE,L

SOUDER

04/28/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:08

0.000Air Blank 19:08

0.080Control Test 19:09

0.000Air Blank 19:09

# 1 0.200Subject Sample 19:11

1.328Breath Volume 19:11

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.190Subject Sample 19:16

1.167Breath Volume 19:16

0.000Air Blank 19:16

0.080Control Test 19:17

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 05/06/2017 07:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


