
80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2211/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:23

FHP Troop G

MONTGOMERY,KENNETH

07/24/2020

814181

FHP Troop G

MONTGOMERY,KENNETH,R

PRODROMIDES

11/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:33

# 1 0.129Subject Sample 01:33

3.964Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.124Subject Sample 01:36

2.480Breath Volume 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/15/2017 20:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:4811/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:37

FHP Troop G

MONTGOMERY,KENNETH

07/24/2020

814181

FHP Troop G

MONTGOMERY,KENNETH,R

HOLMES

11/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

# 1 0.187Subject Sample 03:52

1.550Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.211Subject Sample 03:58

3.144Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 3 0.211Subject Sample 04:01

2.984Breath Volume 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 12/15/2017 20:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:5911/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:15

FHP Troop G

MONTGOMERY,KENNETH

07/24/2020

814181

FHP Troop G

MONTGOMERY,KENNETH,R

AUSTIN

11/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

# 1Subject Sample 21:29 RFI Detect

0.000Breath Volume 21:29

0.000Air Blank 21:30

0.081Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 12/15/2017 20:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:5111/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:15

FHP Troop G

MMONTGOMERY,KENNETH

07/24/2020

814181

FHP Troop G

MONTTGOMERY,KENNETH,R

AUSTIN

11/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.080Control Test 21:34

0.000Air Blank 21:34

# 1 0.228Subject Sample 21:35

1.953Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:37

# 2 0.221Subject Sample 21:38

1.371Breath Volume 21:38

0.000Air Blank 21:38

0.079Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 12/15/2017 20:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:5111/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:34

FHP Troop G

MONTGOMERY,KENNETH

07/24/2020

814181

FHP Troop G

MONTGOMERY,KENNETH,R

RICHMOND

11/05/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.082Control Test 02:49

0.000Air Blank 02:49

# 1 0.093Subject Sample 02:51

1.636Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.106Subject Sample 02:54

2.304Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 12/15/2017 20:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:3711/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:41

Alachua County SO

WENDT,HENDRIK

11/05/2018

26316080A2

Gainesville PD

PALLETT,LANCE,P

CREWS

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.179Subject Sample 03:45 Volume Not Met

0.121Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:47

# 2 0.187Subject Sample 03:50 Volume Not Met

0.000Breath Volume 03:50

0.000Air Blank 03:51

0.076Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5011/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:01

Alachua County SO

NOBLES,JOHN

11/05/2018

26316080A2

Alachua County SO

PALLETT,LANCE,P

CORBIN

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.078Control Test 04:22

0.000Air Blank 04:22

# 1Subject Sample 04:25 No Sample Provided

0.000Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2Subject Sample 04:31 No Sample Provided

0.000Breath Volume 04:31

0.000Air Blank 04:31

0.080Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:09:3511/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

10:41

FHP Troop B

MEDINA,PHILLIP

11/05/2018

26316080A2

FHP Troop B

MEDINA,PHILLIP,A

HIGGINBOTHAM JR

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:59

0.000Air Blank 16:00

0.080Control Test 16:00

0.000Air Blank 16:01

# 1 0.218Subject Sample 16:02

3.605Breath Volume 16:02

0.000Air Blank 16:02

0.000Air Blank 16:04

# 2 0.194Subject Sample 16:04

2.980Breath Volume 16:04

0.000Air Blank 16:05

0.000Air Blank 16:07

# 3 0.198Subject Sample 16:07

4.121Breath Volume 16:07

0.000Air Blank 16:08

0.077Control Test 16:08

0.000Air Blank 16:09

OKDiagnostics Check 16:09

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:1511/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

23:20

Alachua County SO

GUYTON,JOHN

11/05/2018

26316080A2

Gainesville PD

PALLETT,LANCE,P

MCDONOUGH

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:43

0.000Air Blank 16:44

0.080Control Test 16:44

0.000Air Blank 16:45

# 1Subject Sample 16:48 No Sample Provided

0.000Breath Volume 16:48

0.000Air Blank 16:48

0.000Air Blank 16:50

# 2Subject Sample 16:53 No Sample Provided

0.000Breath Volume 16:53

0.000Air Blank 16:54

0.081Control Test 16:54

0.000Air Blank 16:55

OKDiagnostics Check 16:55

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1811/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

23:24

Alachua County SO

BEVILLE,TRAVIS

11/05/2018

26316080A2

Alachua County SO

PALLETT,LANCE,P

SPELMAN

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

# 1Subject Sample 01:47 No Sample Provided

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2Subject Sample 01:52 No Sample Provided

0.000Breath Volume 01:52

0.000Air Blank 01:53

0.082Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:3111/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

19:42

Alachua County SO

HUFFMAN,JACK

11/05/2018

26316080A2

Alachua County SO

PALLETT,LANCE,P

COLLIER

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:23

0.081Control Test 21:24

0.000Air Blank 21:24

# 1 0.000Subject Sample 21:25

2.800Breath Volume 21:25

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.000Subject Sample 21:28

3.808Breath Volume 21:28

0.000Air Blank 21:28

0.079Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:1711/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

22:59

Alachua County SO

MORRIS-BROWN,MYKHAEL

11/05/2018

26316080A2

Alachua County SO

HOWARD,ANTHONY,M

HARDEE

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1Subject Sample 00:26 No Sample Provided

0.000Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2Subject Sample 00:31 No Sample Provided

0.000Breath Volume 00:31

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:3911/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:39

Alachua County SO

HUNT,CHARLES

11/05/2018

26316080A2

Alachua County SO

HUNT,CHARLES,R

JACKSON

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.080Control Test 21:41

0.000Air Blank 21:41

# 1 0.164Subject Sample 21:42

1.847Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:44

# 2 0.163Subject Sample 21:45

1.386Breath Volume 21:45

0.000Air Blank 21:45

0.078Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:2611/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:29

Alachua County SO

GOULD,PATRICA

11/05/2018

26316080A2

Gainesville PD

HUNT,CHARLES,R

HENDRICKS

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:37

0.000Air Blank 05:38

0.081Control Test 05:38

0.000Air Blank 05:39

# 1 0.192Subject Sample 05:40

2.343Breath Volume 05:40

0.000Air Blank 05:41

0.000Air Blank 05:43

# 2 0.187Subject Sample 05:44

1.492Breath Volume 05:44

0.000Air Blank 05:45

0.079Control Test 05:45

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:1711/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:00

FHP Troop B

SABO,JESSICA

11/05/2018

26316080A2

FHP Troop B

SABO,JESSICA,L

STEPHENS

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.080Control Test 20:16

0.000Air Blank 20:16

# 1 0.162Subject Sample 20:20 Volume Not Met

0.203Breath Volume 20:20

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.154Subject Sample 20:25 Volume Not Met

0.281Breath Volume 20:25

0.000Air Blank 20:26

0.081Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0011/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:00

FHP Troop B

SABO,JESSICA

11/05/2018

26316080A2

FHP Troop B

SABO,JESSICA,L

STEPHENS

10/26/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.079Control Test 20:34

0.000Air Blank 20:34

# 1 0.170Subject Sample 20:37 Volume Not Met

0.195Breath Volume 20:37

0.000Air Blank 20:38

0.000Air Blank 20:40

# 2 0.133Subject Sample 20:43 Volume Not Met

0.136Breath Volume 20:43

0.000Air Blank 20:44

0.079Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:45

Data Download Date/Time: 11/28/2017 21:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:1011/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:33

Okaloosa County SO

ORDOQUI,DANIEL

12/30/2019

666491

Okaloosa County SO

NAYLOR,ROBERT,D

HAGOOD

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:3511/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:24

Okaloosa County SO

WOLL,MICHAEL

12/30/2019

666491

Ft. Walton Beach PD

WILLIAMSON,TYLER,H

TOLEDO LOPEZ

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.080Control Test 22:52

0.000Air Blank 22:52

# 1 0.164Subject Sample 22:53

1.722Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.162Subject Sample 22:56

1.949Breath Volume 22:56

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:42:2011/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

06:45

Okaloosa County SO

STEVENS,MATTHEW

12/30/2019

666491

Okaloosa County SO

LANE,AMANDA,M

SLOAN

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:34

0.000Air Blank 08:35

0.080Control Test 08:35

0.000Air Blank 08:35

# 1 0.139Subject Sample 08:37

3.425Breath Volume 08:37

0.000Air Blank 08:38

0.000Air Blank 08:40

# 2 0.141Subject Sample 08:40

2.992Breath Volume 08:40

0.000Air Blank 08:41

0.080Control Test 08:41

0.000Air Blank 08:42

OKDiagnostics Check 08:42

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:2211/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:13

Okaloosa County SO

CLARK,CHARLES

12/30/2019

666491

Okaloosa County SO

BURNHAM,J,D

MORALES-ROMAN

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.080Control Test 23:25

0.000Air Blank 23:25

# 1 0.151Subject Sample 23:28 Volume Not Met

0.019Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2Subject Sample 23:32 Subject Test Refused

0.585Breath Volume 23:32

0.000Air Blank 23:33

0.078Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:4311/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:36

Okaloosa County SO

LEON,ERICK

12/30/2019

666491

Okaloosa County SO

CAIN,DAVID,A

CLARK

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

# 1Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.080Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:2611/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:42

Ft. Walton Beach PD

PUELLO,JAVIER

12/30/2019

666491

Ft. Walton Beach PD

PUELLO,JAVIER,A

SHARITT

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:55

# 1Subject Sample 22:56 Subject Test Refused

0.000Breath Volume 22:56

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5911/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:20

Okaloosa County SO

WOODARD,TAYLOR

12/30/2019

666491

Okaloosa County SO

WOODARD,TAYLOR,L

DUPREE

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.081Control Test 00:55

0.000Air Blank 00:55

# 1 0.199Subject Sample 00:56

2.281Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:58

# 2 0.219Subject Sample 00:59

2.519Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:2411/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:48

Okaloosa County SO

SPEAKMAN,ROBERT

12/30/2019

666491

Okaloosa County SO

SPEAKMAN,ROBERT,J

BREAUX

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:12

# 1 0.149Subject Sample 01:14

3.183Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.130Subject Sample 01:17

2.320Breath Volume 01:17

0.000Air Blank 01:18

0.075Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:24:4911/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:57

05:23

Okaloosa County SO

SMALL,BRANDON

12/30/2019

666491

Okaloosa County SO

WILLIAMSON,TYLER,H

GOMEZ-DAIZ

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:17

0.000Air Blank 06:18

0.081Control Test 06:18

0.000Air Blank 06:19

# 1 0.202Subject Sample 06:20

1.421Breath Volume 06:20

0.000Air Blank 06:20

0.000Air Blank 06:22

# 2 0.214Subject Sample 06:23

2.625Breath Volume 06:23

0.000Air Blank 06:23

0.077Control Test 06:24

0.000Air Blank 06:24

OKDiagnostics Check 06:24

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5111/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:24

Okaloosa County SO

KIMBRIL,JOSHUA

12/30/2019

666491

Okaloosa County SO

KIMBRIL,JOSHUA,B

FELKER

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.081Control Test 04:25

0.000Air Blank 04:25

# 1Subject Sample 04:28 No Sample Provided

0.000Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2Subject Sample 04:31 Subject Test Refused

0.000Breath Volume 04:31

0.000Air Blank 04:31

0.082Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:0911/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:13

Okaloosa County SO

LANE,AMANDA

12/30/2019

666491

Okaloosa County SO

LANE,AMANDA,M

MORONTA

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.081Control Test 22:52

0.000Air Blank 22:53

# 1 0.176Subject Sample 22:53

2.433Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.173Subject Sample 22:56

2.320Breath Volume 22:56

0.000Air Blank 22:57

0.081Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:0011/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:13

Okaloosa County SO

EMRICH,IAN

12/30/2019

666491

Okaloosa County SO

SPEAKMAN,ROBERT,J

WALLACE

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.080Control Test 19:49

0.000Air Blank 19:49

# 1 0.165Subject Sample 19:51

2.433Breath Volume 19:51

0.000Air Blank 19:52

0.000Air Blank 19:53

# 2 0.153Subject Sample 19:54

1.464Breath Volume 19:54

0.000Air Blank 19:55

0.076Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:56

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:0211/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:10

Okaloosa County SO

SELF,MATTHEW

12/30/2019

666491

Okaloosa County SO

SELF,MATTHEW,J

VELASQUEZ CANALES

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.081Control Test 22:52

0.000Air Blank 22:53

# 1 0.167Subject Sample 22:54

2.003Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.160Subject Sample 22:57

1.664Breath Volume 22:57

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:59

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:4511/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:36

Okaloosa County SO

RACER,JACOB

12/30/2019

666491

Okaloosa County SO

PITMAN,AARON,J

STRANO

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:43

0.082Control Test 05:43

0.000Air Blank 05:43

# 1 0.169Subject Sample 05:44

1.617Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:46

# 2 0.150Subject Sample 05:47

1.644Breath Volume 05:47

0.000Air Blank 05:47

0.076Control Test 05:48

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:28:2611/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

05:13

Ft. Walton Beach PD

CAIN,DANIEL

12/30/2019

666491

Ft. Walton Beach PD

CAIN,DANIEL,A

FOSTER

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:18

0.000Air Blank 06:18

0.081Control Test 06:18

0.000Air Blank 06:19

# 1 0.183Subject Sample 06:22

1.488Breath Volume 06:22

0.000Air Blank 06:23

0.000Air Blank 06:24

# 2 0.171Subject Sample 06:26

1.343Breath Volume 06:26

0.000Air Blank 06:27

0.081Control Test 06:27

0.000Air Blank 06:28

OKDiagnostics Check 06:28

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:1911/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:26

Okaloosa County SO

REITZ,THOMAS

12/30/2019

666491

Okaloosa County SO

REITZ,THOMAS,A

PIERCE

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:28

0.081Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:2611/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:07

Okaloosa County SO

WINKLER,RICHARD

12/30/2019

666491

Okaloosa County SO

LANE,AMANDA,M

FRANKLIN

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.082Control Test 00:43

0.000Air Blank 00:43

# 1Subject Sample 00:46 No Sample Provided

0.000Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.233Subject Sample 00:49

1.984Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 3 0.229Subject Sample 00:52

2.574Breath Volume 00:52

0.000Air Blank 00:53

0.081Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:3611/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

03:44

Okaloosa County SO

SPEAKMAN,ROBERT

12/30/2019

666491

Okaloosa County SO

SPEAKMAN,ROBERT,J

WOLVERTON

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:45

0.082Control Test 05:45

0.000Air Blank 05:45

# 1Subject Sample 05:46 Subject Test Refused

0.000Breath Volume 05:46

0.000Air Blank 05:46

0.081Control Test 05:47

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:06:0311/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:38

07:37

Okaloosa County SO

POGOZELSKI,CHRIS

12/30/2019

666491

Okaloosa County SO

WILHELM,TONY,J

RYAN

10/26/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:58

0.000Air Blank 08:59

0.082Control Test 08:59

0.000Air Blank 08:59

# 1 0.144Subject Sample 09:00

2.429Breath Volume 09:00

0.000Air Blank 09:01

0.000Air Blank 09:02

# 2 0.127Subject Sample 09:04

1.183Breath Volume 09:04

0.000Air Blank 09:05

0.080Control Test 09:05

0.000Air Blank 09:05

OKDiagnostics Check 09:06

Data Download Date/Time: 11/28/2017 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:54:5411/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:23

13:40

Okaloosa County SO

PEREIRA,JOSE

12/30/2019

666491

Okaloosa County SO

PEREIRA,JOSE,L

LAWSON

11/28/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:46

0.000Air Blank 14:46

0.081Control Test 14:46

0.000Air Blank 14:47

# 1Subject Sample 14:50 No Sample Provided

0.000Breath Volume 14:50

0.000Air Blank 14:51

0.000Air Blank 14:53

# 2Subject Sample 14:53 Subject Test Refused

0.000Breath Volume 14:53

0.000Air Blank 14:53

0.081Control Test 14:54

0.000Air Blank 14:54

OKDiagnostics Check 14:54

Data Download Date/Time: 12/22/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0811/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:35

Okaloosa County SO

SPEAKMAN,ROBERT

12/30/2019

666491

Okaloosa County SO

SPEAKMAN,ROBERT,J

WOODS JR

11/28/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

# 1 0.219Subject Sample 00:34

1.566Breath Volume 00:34

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.211Subject Sample 00:37

3.906Breath Volume 00:37

0.000Air Blank 00:38

0.077Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/22/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:26:1211/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

05:47

Niceville PD

WRIGHT,GRANT

04/27/2020

770784

Niceville PD

WRIGHT,GRANT,C

MARRERO

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:19

0.000Air Blank 07:19

0.081Control Test 07:20

0.000Air Blank 07:20

# 1 0.111Subject Sample 07:21

1.894Breath Volume 07:21

0.000Air Blank 07:22

0.000Air Blank 07:23

# 2 0.108Subject Sample 07:24

2.050Breath Volume 07:24

0.000Air Blank 07:25

0.081Control Test 07:25

0.000Air Blank 07:26

OKDiagnostics Check 07:26

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:5611/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:49

Niceville PD

CARRICO,KELLY

04/27/2020

770784

Niceville PD

CARRICO,KELLY,D

AVERY

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:49

0.080Control Test 19:50

0.000Air Blank 19:50

# 1 0.300Subject Sample 19:51

1.781Breath Volume 19:51

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.286Subject Sample 19:54

1.382Breath Volume 19:54

0.000Air Blank 19:55

0.080Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:5011/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:40

Valparaiso PD

WILLIAMS,ENOCH

04/27/2020

770784

Eglin AFB PD

TONEY,CRAIG,P

COTTON

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

# 1 0.197Subject Sample 01:22

3.894Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.218Subject Sample 01:25

3.949Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 3 0.203Subject Sample 01:28

3.847Breath Volume 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:36:4611/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:02

17:50

Valparaiso PD

TONEY,CRAIG

04/27/2020

770784

Valparaiso PD

TAYLOR,RICHARD,L

OCHOA

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.081Control Test 18:34

0.000Air Blank 18:34

# 1Subject Sample 18:35 Subject Test Refused

0.000Breath Volume 18:35

0.000Air Blank 18:35

0.080Control Test 18:36

0.000Air Blank 18:36

OKDiagnostics Check 18:36

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:2111/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:43

Niceville PD

EAKINS,SIERRA

04/27/2020

770784

Niceville PD

MACBETH,MATTHEW,R

MOULTON

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:17

0.000Air Blank 05:17

0.081Control Test 05:18

0.000Air Blank 05:18

# 1 0.040Subject Sample 05:18

2.308Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.039Subject Sample 05:21

3.203Breath Volume 05:21

0.000Air Blank 05:22

0.080Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2511/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:44

Valparaiso PD

GLADSON,PAYTON

04/27/2020

770784

Eglin AFB PD

ADAMS,ALLISON,T

BUGG

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.000Control Test 02:22 RFI Detect

0.000Air Blank 02:23

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5011/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:44

Valparaiso PD

GLADSON,PAYTON

04/27/2020

770784

Eglin AFB PD

ADAMS,ALLISON,T

BUGG

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:27

# 1 0.147Subject Sample 02:28

2.023Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.157Subject Sample 02:31

2.507Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:5811/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:44

Valparaiso PD

GLADSON,PAYTON

04/27/2020

770784

Eglin AFB PD

ADAMS,ALLISON,T

BARNEY

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

# 1 0.109Subject Sample 02:41

2.218Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:43

# 2 0.107Subject Sample 02:44

1.753Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:1011/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:56

15:28

Niceville PD

USRY,STEPHEN

04/27/2020

770784

Niceville PD

USRY,STEPHEN,K

CERESA

11/06/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:22

0.000Air Blank 16:22

0.080Control Test 16:22

0.000Air Blank 16:23

# 1 0.274Subject Sample 16:23

1.808Breath Volume 16:23

0.000Air Blank 16:24

0.000Air Blank 16:26

# 2 0.274Subject Sample 16:26

2.375Breath Volume 16:26

0.000Air Blank 16:27

0.080Control Test 16:27

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 12/30/2017 11:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:1811/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:10

Escambia County SO

SHORETTE,BRIAN

07/05/2018

14816080A3

Escambia County SO

SHORETTE,BRIAN,E

DIEHL

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:58

# 1 0.192Subject Sample 22:58

2.238Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.175Subject Sample 23:02

1.535Breath Volume 23:02

0.000Air Blank 23:03

0.077Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:5811/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:38

Escambia County SO

HENLEY,WILLIAM

07/05/2018

14816080A3

Escambia County SO

HENLEY,WILLIA,C

VIEKE

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.078Control Test 01:15

0.000Air Blank 01:15

# 1 0.161Subject Sample 01:16

3.722Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.159Subject Sample 01:19

3.597Breath Volume 01:19

0.000Air Blank 01:20

0.077Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:3611/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:07

Escambia County SO

MEEKS,JEREMIAH

07/05/2018

14816080A3

Escambia County SO

MEEKS,JEREMIAH,S

HORAK

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.077Control Test 02:10

0.000Air Blank 02:11

# 1 0.201Subject Sample 02:14 Volume Not Met

0.078Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.162Subject Sample 02:19 Volume Not Met

0.464Breath Volume 02:19

0.000Air Blank 02:20

0.075Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:5111/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

17:47

OTHER Fed

ROBINSON,ANDREW

07/05/2018

14816080A3

OTHER Fed

LOTWALA,PRASHANT,

CARTER

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.078Control Test 20:19

0.000Air Blank 20:19

# 1 0.076Subject Sample 20:20

2.324Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:22

# 2 0.076Subject Sample 20:23

2.582Breath Volume 20:23

0.000Air Blank 20:23

0.078Control Test 20:24

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:4611/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:49

Pensacola PD

BYRD,BRANDON

07/05/2018

14816080A3

Pensacola PD

BYRD,BRANDON,C

BLOCKER III

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.078Control Test 22:23

0.000Air Blank 22:24

# 1 0.182Subject Sample 22:24

1.234Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.189Subject Sample 22:28

1.859Breath Volume 22:28

0.000Air Blank 22:28

0.078Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:4911/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

23:50

Escambia County SO

HENLEY,WILLIAM

07/05/2018

14816080A3

Escambia County SO

HENLEY,WILLIAM,C

BREEDEN

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:57

# 1 0.116Subject Sample 00:57

1.546Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.113Subject Sample 01:03

2.046Breath Volume 01:03

0.000Air Blank 01:03

0.079Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:5011/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:35

Escambia County SO

SHORETTE,BRIAN

07/05/2018

14816080A3

Escambia County SO

SHORETTE,BRIAN,E

WHITE

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.077Control Test 23:13

0.000Air Blank 23:14

# 1 0.112Subject Sample 23:14

2.960Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:16

# 2 0.107Subject Sample 23:17

2.492Breath Volume 23:17

0.000Air Blank 23:17

0.076Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:2311/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:19

Pensacola PD

GARY,ADAM

07/05/2018

14816080A3

Pensacola PD

GARY,ADAM,C

MANNING

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:57

0.000Air Blank 23:57

# 1 0.182Subject Sample 00:00 Volume Not Met

0.085Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.179Subject Sample 00:03

1.636Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 3 0.160Subject Sample 00:06

1.378Breath Volume 00:06

0.000Air Blank 00:07

0.076Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:2611/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:46

Pensacola PD

LACKEY,NICHOLAS

07/05/2018

14816080A3

Pensacola PD

DILLASHAW,HUNTER,C

BULLARD

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.078Control Test 21:22

0.000Air Blank 21:22

# 1 0.184Subject Sample 21:22

1.710Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.199Subject Sample 21:25

1.328Breath Volume 21:25

0.000Air Blank 21:26

0.077Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:1711/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:40

Escambia County SO

SHORETTE,BRIAN

07/05/2018

14816080A3

Escambia County SO

SHORETTE,BRIAN,E

MCGHEE

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.078Control Test 21:18

0.000Air Blank 21:19

# 1 0.080Subject Sample 21:19

2.777Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.079Subject Sample 21:22

2.972Breath Volume 21:22

0.000Air Blank 21:23

0.077Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:4811/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:45

Escambia County SO

VOGHT,DARIN

07/05/2018

14816080A3

Escambia County SO

MEEKS,JEREMIAH,S

PALMER

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

# 1 0.145Subject Sample 00:34

2.457Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.142Subject Sample 00:37

2.425Breath Volume 00:37

0.000Air Blank 00:37

0.077Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:2611/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:44

Escambia County SO

GARDNER,JEFF

07/05/2018

14816080A3

Escambia County SO

GARDNER,JEFF,A

GRAMMER

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.075Control Test 22:31

0.000Air Blank 22:31

# 1 0.262Subject Sample 22:31

1.945Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.276Subject Sample 22:34

4.128Breath Volume 22:34

0.000Air Blank 22:35

0.076Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:3611/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:46

Escambia County SO

VOGHT,DARIN

07/05/2018

14816080A3

Escambia County SO

MEEKS,JEREMIAH,S

CARMICHAEL

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

# 1 0.077Subject Sample 02:22

3.515Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.075Subject Sample 02:25

3.269Breath Volume 02:25

0.000Air Blank 02:25

0.077Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5911/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:36

Escambia County SO

COTE,JACOB

07/05/2018

14816080A3

Escambia County SO

COTE,JACOB,M

ANDERSON

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.078Control Test 03:26

0.000Air Blank 03:27

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:28

0.077Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5711/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:48

Escambia County SO

GUARINO,BRIAN

07/05/2018

14816080A3

Escambia County SO

SHELLEY,SAMUEL,L

MONROE

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.078Control Test 03:45

0.000Air Blank 03:45

# 1 0.139Subject Sample 03:48 Volume Not Met

1.019Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.166Subject Sample 03:54 Volume Not Met

0.589Breath Volume 03:54

0.000Air Blank 03:55

0.077Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:0211/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:48

18:05

Escambia County SO

SHELLEY,SAMUEL

07/05/2018

14816080A3

Escambia County SO

SHELLEY,SAMUEL,L

NGUYEN

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:08

0.000Air Blank 19:08

0.078Control Test 19:09

0.000Air Blank 19:09

# 1 0.127Subject Sample 19:12 Volume Not Met

0.492Breath Volume 19:12

0.000Air Blank 19:13

0.000Air Blank 19:15

# 2 0.120Subject Sample 19:18 Volume Not Met

0.050Breath Volume 19:18

0.000Air Blank 19:19

0.077Control Test 19:19

0.000Air Blank 19:19

OKDiagnostics Check 19:20

Data Download Date/Time: 11/29/2017 09:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:2611/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:15

Pensacola PD

PHILLIPS,REECE

07/05/2018

14816080A3

Pensacola PD

HYDER,CHRIS,M

KIMBROUGH

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

Air Blank 23:02 Ambient Fail

Air Blank 23:03 Ambient Fail

Data Download Date/Time: 11/29/2017 09:14

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:0711/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:15

Pensacola PD

PHILLIPS,REECE

07/05/2018

14816080A3

Pensacola PD

HYDER,CHRIS,M

KIMBROUGH

10/16/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

Air Blank 23:07 Ambient Fail

Air Blank 23:08 Ambient Fail

Data Download Date/Time: 11/29/2017 09:14

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:4111/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:44

Escambia County SO

MEEKS,JEREMIAH

07/05/2018

14816080A3

Escambia County SO

MEEKS,JEREMIAH,S

JOHNSON

11/29/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.078Control Test 23:18

0.000Air Blank 23:19

# 1Subject Sample 23:19 Subject Test Refused

0.000Breath Volume 23:19

0.000Air Blank 23:19

0.079Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 12/12/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0711/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:38

Escambia County SO

SMITH,MORGAN

07/05/2018

14816080A3

Escambia County SO

MEEKS,JEREMIAH,S

CONAGHAN

11/29/2017

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.077Control Test 01:33

0.000Air Blank 01:33

# 1 0.302Subject Sample 01:34

2.710Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:36

# 2 0.281Subject Sample 01:37

1.835Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 3 0.272Subject Sample 01:40

1.250Breath Volume 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 12/12/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:4511/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:53

13:40

Okaloosa County SO

PEREIRA,JOSE

12/30/2019

666491

Okaloosa County SO

PEREIRA,JOSE,L

LAWSON

11/28/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:14

0.000Air Blank 17:15

0.079Control Test 17:15

0.000Air Blank 17:16

# 1 0.169Subject Sample 17:16

2.207Breath Volume 17:16

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.171Subject Sample 17:20

2.230Breath Volume 17:20

0.000Air Blank 17:20

0.079Control Test 17:21

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 12/29/2017 11:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2011/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:04

Santa Rosa County SO

QUICK,STEPHEN

10/24/2018

AG629801

Santa Rosa County SO

QUICK,STEPHEN,W

RILEY

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1 0.154Subject Sample 01:57

1.656Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.168Subject Sample 02:00

1.906Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:1411/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:47

Santa Rosa County SO

HARVOTH,DANIEL

10/24/2018

AG629801

Santa Rosa County SO

HARVOTH,DANIEL,P

LINDSAY

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1 0.202Subject Sample 04:38

2.648Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.172Subject Sample 04:41

2.941Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 3 0.172Subject Sample 04:44

1.761Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:24:0711/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:15

Santa Rosa County SO

SMITH,PHILIP

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

LEROY

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:20

0.000Air Blank 15:21

0.080Control Test 15:21

0.000Air Blank 15:21

# 1Subject Sample 15:22 Subject Test Refused

0.000Breath Volume 15:22

0.000Air Blank 15:23

0.080Control Test 15:23

0.000Air Blank 15:24

OKDiagnostics Check 15:24

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2011/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:15

Milton PD

WILSON,DALYN

10/24/2018

AG629801

Milton PD

WILSON,DALYN,J

HAYES-EHART

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

# 1Subject Sample 02:00 Subject Test Refused

0.000Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:2411/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:37

FHP Troop A

ELLERBEE,JOHN

10/24/2018

AG629801

FHP Troop A

ELLERBEE,JOHN,E

DICKEY

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

# 1 0.145Subject Sample 02:56

1.335Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.158Subject Sample 02:59

2.042Breath Volume 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0211/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:36

Santa Rosa County SO

BERRIAN,ALTON

10/24/2018

AG629801

Santa Rosa County SO

BERRIAN,ALTON,D

INGALLS

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:55

# 1Subject Sample 23:56 Subject Test Refused

0.000Breath Volume 23:56

0.000Air Blank 23:57

0.081Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:58

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:5311/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:07

Santa Rosa County SO

KAHALLEY,JAMEY

10/24/2018

AG629801

Santa Rosa County SO

KAHALLEY,JAMEY,J

WADE

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:11

# 1 0.104Subject Sample 01:12

3.410Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.104Subject Sample 01:15

3.242Breath Volume 01:15

0.000Air Blank 01:15

0.080Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:5711/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:31

Santa Rosa County SO

BERRIAN,ALTON

10/24/2018

AG629801

Santa Rosa County SO

BERRIAN,ALTON,D

VILLINES

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.081Control Test 02:26

0.000Air Blank 02:26

# 1 0.126Subject Sample 02:29 Volume Not Met

0.136Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.121Subject Sample 02:35 Volume Not Met

0.015Breath Volume 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2811/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:31

Santa Rosa County SO

BERRIAN,ALTON

10/24/2018

AG629801

Santa Rosa County SO

BERRIAN,ALTON,D

VILLINES

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

# 1 0.117Subject Sample 02:46 Volume Not Met

0.089Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:48

# 2Subject Sample 02:52 No Sample Provided

0.000Breath Volume 02:52

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2911/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:15

FHP Troop A

ANDREW,MATTHEW

10/24/2018

AG629801

FHP Troop A

ANDREW,MATTHEW,A

KRAUSE

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

Air Blank 22:44 RFI Detect

0.000Air Blank 22:44

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:3111/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:15

FHP Troop A

ANDREW,MATTHEW

10/24/2018

AG629801

FHP Troop A

ANDREW,MATTHEW,A

KRAUSE

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

# 1 0.017Subject Sample 22:50

3.003Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.016Subject Sample 22:54

3.683Breath Volume 22:54

0.000Air Blank 22:54

0.082Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:2711/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:18

Santa Rosa County SO

JONES,COREY

10/24/2018

AG629801

Santa Rosa County SO

JONES,COREY,M

ARBOGAST

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.082Control Test 23:38

0.000Air Blank 23:39

# 1 0.165Subject Sample 23:39

1.535Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.184Subject Sample 23:42

1.835Breath Volume 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 11/30/2017 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:4311/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:35

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

HELMS

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.081Control Test 01:35

0.000Air Blank 01:35

# 1Subject Sample 01:38 No Sample Provided

0.000Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.099Subject Sample 01:42

2.472Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 3 0.103Subject Sample 01:45

2.894Breath Volume 01:45

0.000Air Blank 01:45

0.080Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:39:4411/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

16:30

Santa Rosa County SO

RAMIREZ,MICHAEL

10/24/2018

AG629801

Santa Rosa County SO

RAMIREZ,MICHAEL,E

JAMES

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:33

0.000Air Blank 17:33

0.081Control Test 17:34

0.000Air Blank 17:34

# 1 0.069Subject Sample 17:35

3.566Breath Volume 17:35

0.000Air Blank 17:35

0.000Air Blank 17:37

# 2 0.068Subject Sample 17:38

4.007Breath Volume 17:38

0.000Air Blank 17:38

0.080Control Test 17:39

0.000Air Blank 17:39

OKDiagnostics Check 17:39

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5811/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:07

Santa Rosa County SO

AVERY,BAYLEE

10/24/2018

AG629801

Santa Rosa County SO

HOWTON,CARSON,H

DAVIS

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.082Control Test 02:57

0.000Air Blank 02:58

# 1 0.054Subject Sample 03:00

1.886Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.055Subject Sample 03:03

2.203Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2211/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

02:42

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

BUTRICK

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.081Control Test 04:00

0.000Air Blank 04:01

# 1 0.115Subject Sample 04:01

2.125Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.109Subject Sample 04:04

1.429Breath Volume 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:10:1111/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:47

Santa Rosa County SO

TERHUNE,JEREMY

10/24/2018

AG629801

Santa Rosa County SO

TERHUNE,JEREMY,M

SCHUCK

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:58

0.000Air Blank 05:59

0.081Control Test 05:59

0.000Air Blank 06:00

# 1Subject Sample 06:03 No Sample Provided

0.000Breath Volume 06:03

0.000Air Blank 06:03

0.000Air Blank 06:05

# 2Subject Sample 06:08 No Sample Provided

0.000Breath Volume 06:08

0.000Air Blank 06:09

0.081Control Test 06:09

0.000Air Blank 06:10

OKDiagnostics Check 06:10

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3711/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:41

Santa Rosa County SO

ADAMS,WILLIAM

10/24/2018

AG629801

Santa Rosa County SO

ADAMS,WILLIAM,E

HOBBS

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.082Control Test 02:32

0.000Air Blank 02:32

# 1 0.116Subject Sample 02:33

2.886Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.114Subject Sample 02:36

3.031Breath Volume 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:08:4411/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:42

15:27

Santa Rosa County SO

DOGGETTE,MASON

10/24/2018

AG629801

Santa Rosa County SO

DOGGETTE,MASON,J

MOORE

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:02

0.000Air Blank 16:03

0.082Control Test 16:03

0.000Air Blank 16:04

# 1 0.000Subject Sample 16:04

1.261Breath Volume 16:04

0.000Air Blank 16:04

0.000Air Blank 16:06

# 2 0.000Subject Sample 16:07

1.242Breath Volume 16:07

0.000Air Blank 16:07

0.081Control Test 16:08

0.000Air Blank 16:08

OKDiagnostics Check 16:08

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1211/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:57

Santa Rosa County SO

WEAVER,COREY

10/24/2018

AG629801

Santa Rosa County SO

WEAVER,COREY,R

PANDES

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.186Subject Sample 01:08

1.921Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.209Subject Sample 01:11

1.343Breath Volume 01:11

0.000Air Blank 01:12

Air Blank 01:13 Ambient Fail

0.000Air Blank 01:14

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3011/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:57

Santa Rosa County SO

WEAVER,COREY

10/24/2018

AG629801

Santa Rosa County SO

WEAVER,COREY,R

PANDES

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.078Control Test 01:16

0.000Air Blank 01:17

# 1 0.200Subject Sample 01:18

1.664Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.196Subject Sample 01:21

2.207Breath Volume 01:21

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:2711/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:22

Santa Rosa County SO

HOWTON,CARSON

10/24/2018

AG629801

Santa Rosa County SO

HOWTON,CARSON,H

LAURENT

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.081Control Test 22:14

0.000Air Blank 22:14

# 1 0.000Subject Sample 22:15

2.542Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.000Subject Sample 22:19

2.945Breath Volume 22:19

0.000Air Blank 22:19

0.082Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:1111/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:22

Santa Rosa County SO

GRANTHAM,WILLIAM

10/24/2018

AG629801

Santa Rosa County SO

GRANTHAM,WILLIAM,H

HILL

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.078Control Test 04:26

0.000Air Blank 04:27

# 1 0.167Subject Sample 04:27

2.867Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.157Subject Sample 04:30

3.351Breath Volume 04:30

0.000Air Blank 04:31

0.082Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:2811/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:12

Santa Rosa County SO

AVERY,BAYLEE

10/24/2018

AG629801

Santa Rosa County SO

HOWTON,CARSON,H

BOSTON

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.082Control Test 05:16

0.000Air Blank 05:16

# 1Subject Sample 05:19 No Sample Provided

0.000Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2Subject Sample 05:23 Subject Test Refused

0.000Breath Volume 05:23

0.000Air Blank 05:23

0.081Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:2111/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

18:45

Santa Rosa County SO

JONES,COREY

10/24/2018

AG629801

Santa Rosa County SO

JONES,COREY,M

MCALLISTER

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:38

0.000Air Blank 19:39

0.081Control Test 19:39

0.000Air Blank 19:40

# 1Subject Sample 19:40 Subject Test Refused

0.000Breath Volume 19:40

0.000Air Blank 19:41

0.082Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:3011/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:29

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

FUENTES

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.082Control Test 04:41

0.000Air Blank 04:42

# 1 0.208Subject Sample 04:43

1.765Breath Volume 04:43

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.205Subject Sample 04:45

2.062Breath Volume 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5411/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:08

Santa Rosa County SO

AVERY,BAYLEE

10/24/2018

AG629801

Santa Rosa County SO

ADAMS,WILLIAM,E

SANKEY

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.082Control Test 02:03

0.000Air Blank 02:03

# 1 0.000Subject Sample 02:04

5.421Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:07

4.304Breath Volume 02:07

0.000Air Blank 02:07

0.081Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:0311/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

17:04

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,SPENCER,L

BROWN

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:45

0.082Control Test 17:45

0.000Air Blank 17:46

# 1 0.110Subject Sample 17:47

1.175Breath Volume 17:47

0.000Air Blank 17:48

0.000Air Blank 17:50

# 2 0.106Subject Sample 17:51

1.414Breath Volume 17:51

0.000Air Blank 17:52

0.080Control Test 17:52

0.000Air Blank 17:52

OKDiagnostics Check 17:53

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4911/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:09

Santa Rosa County SO

CRIBB,BRIAN

10/24/2018

AG629801

Santa Rosa County SO

CRIBB,BRIAN,S

WATERS

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.082Control Test 00:30

0.000Air Blank 00:30

# 1 0.103Subject Sample 00:31

1.199Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:33

# 2 0.105Subject Sample 00:34

1.675Breath Volume 00:34

0.000Air Blank 00:34

0.080Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:1611/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

02:57

Santa Rosa County SO

HUBBARD,NICOLAS

10/24/2018

AG629801

Santa Rosa County SO

HUBBARD,NICOLAS,D

MILLER

10/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.082Control Test 04:17

0.000Air Blank 04:17

# 1Subject Sample 04:19 Subject Test Refused

0.000Breath Volume 04:19

0.000Air Blank 04:20

0.082Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 11/30/2017 19:23

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:3011/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:10

FHP Troop B

TILLIE,JOHN

05/05/2018

09216080A2

FHP Troop B

TILLIE,JOHN,R

GUNDRUM II

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:03

# 1 0.200Subject Sample 00:04

2.117Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.179Subject Sample 00:07

1.898Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 3 0.199Subject Sample 00:10

3.003Breath Volume 00:10

0.000Air Blank 00:11

0.075Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:52:0211/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:25

13:15

Lake City PD

MILLIGAN,CONNIE

05/05/2018

09216080A2

Lake City PD

MILLIGAN,CONNIE,A

POLVERE

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:45

0.000Air Blank 13:46

0.079Control Test 13:46

0.000Air Blank 13:47

# 1 0.352Subject Sample 13:47

1.878Breath Volume 13:47

0.000Air Blank 13:48

0.000Air Blank 13:49

# 2 0.339Subject Sample 13:50

1.675Breath Volume 13:50

0.000Air Blank 13:51

0.077Control Test 13:51

0.000Air Blank 13:51

OKDiagnostics Check 13:52

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0111/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:13

Columbia County SO

PEREZ,YAYZA

05/05/2018

09216080A2

Columbia County SO

HARVEY,DAVID,A

HARNAGE

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:27

# 1 0.098Subject Sample 03:28

2.464Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 2 0.093Subject Sample 03:31

2.000Breath Volume 03:31

0.000Air Blank 03:32

0.077Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:33

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:1611/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:37

Columbia County SO

PEREZ,YAYZA

05/05/2018

09216080A2

Columbia County SO

HARVEY,DAVID,A

BAILEY

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.079Control Test 19:41

0.000Air Blank 19:41

# 1 0.174Subject Sample 19:42

1.265Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.157Subject Sample 19:46

1.667Breath Volume 19:46

0.000Air Blank 19:47

0.077Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:5811/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:43

FHP Troop B

OGLESBY,MICHAEL

05/05/2018

09216080A2

FHP Troop B

WAGNER,DANIEL,J

CHILDERS

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:34

0.000Air Blank 20:35

0.079Control Test 20:35

0.000Air Blank 20:36

# 1Subject Sample 20:37 Subject Test Refused

0.000Breath Volume 20:37

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:1511/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:53

Columbia County SO

COLBERT,BRANDON

05/05/2018

09216080A2

Lake City PD

HARVEY,DAVID,A

H530557703840

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.078Control Test 02:42

0.000Air Blank 02:42

# 1 0.050Subject Sample 02:43

2.164Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.050Subject Sample 02:46

2.628Breath Volume 02:46

0.000Air Blank 02:47

0.077Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:1111/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:41

Lake City PD

MILLIGAN,CONNIE

05/05/2018

09216080A2

Lake City PD

MILLIGAN,CONNIE,A

GRAY

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

# 1 0.207Subject Sample 00:12

2.679Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.203Subject Sample 00:15

2.644Breath Volume 00:15

0.000Air Blank 00:16

0.078Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:5411/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

17:52

Columbia County SO

HARVEY,DAVID

05/05/2018

09216080A2

Columbia County SO

HARVEY,DAVID,A

B435799674570

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:44

0.079Control Test 18:45

0.000Air Blank 18:45

# 1Subject Sample 18:48 No Sample Provided

0.000Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2Subject Sample 18:51 Subject Test Refused

0.000Breath Volume 18:51

0.000Air Blank 18:52

0.078Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:4511/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

19:13

Columbia County SO

COLBERT,BRANDON

05/05/2018

09216080A2

Lake City PD

HARVEY,DAVID,A

GADDIS

10/31/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:52

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:53

# 1 0.120Subject Sample 19:54

1.714Breath Volume 19:54

0.000Air Blank 19:54

0.000Air Blank 19:56

# 2 0.114Subject Sample 19:57

1.640Breath Volume 19:57

0.000Air Blank 19:57

0.077Control Test 19:58

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 11/28/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:2411/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:13

Madison County SO

ROSENBERG,JEFF

01/05/2018

34015080A2

Madison County SO

SMITH,JIMMY,L

GUDZ

10/03/2017

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:45

0.078Control Test 19:45

0.000Air Blank 19:45

# 1 0.297Subject Sample 19:46

1.996Breath Volume 19:46

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.290Subject Sample 19:49

3.175Breath Volume 19:49

0.000Air Blank 19:50

0.076Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 11/13/2017 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:2911/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:24

Madison County SO

HOLBROOK,MARCUS

01/05/2018

34015080A2

Madison County SO

KOREY,FREDERICK,J

STRAWS

11/13/2017

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:11

0.079Control Test 21:12

0.000Air Blank 21:12

# 1 0.132Subject Sample 21:13

2.710Breath Volume 21:13

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.130Subject Sample 21:15

2.277Breath Volume 21:15

0.000Air Blank 21:16

0.078Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 12/06/2017 09:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:3411/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:52

15:20

FHP Troop B

WALKER,SHELIA

12/05/2019

29017080A2

FHP Troop B

WALKER,SHELIA,

HARRELL

10/31/2017

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:23

0.000Air Blank 17:23

0.082Control Test 17:24

0.000Air Blank 17:24

# 1 0.000Subject Sample 17:25

2.386Breath Volume 17:25

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2 0.000Subject Sample 17:28

2.261Breath Volume 17:28

0.000Air Blank 17:28

0.081Control Test 17:28

0.000Air Blank 17:29

OKDiagnostics Check 17:29

Data Download Date/Time: 11/30/2017 09:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0011/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:25

FHP Troop B

MACFADDEN,RYAN

12/05/2019

29017080A2

Live Oak PD

RIEGEL,TIMOTHY,J

LANE

10/31/2017

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.082Control Test 22:57

0.000Air Blank 22:57

# 1Subject Sample 22:59 Subject Test Refused

0.000Breath Volume 22:59

0.000Air Blank 23:00

0.081Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:01

Data Download Date/Time: 11/30/2017 09:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4411/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:30

Washington County SO

TAYLOR,JUSTIN

06/15/2019

461951

Washington County SO

HARRISON,JERRY,D

HARDY

11/03/2017

8100.27

HOLMES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.082Control Test 01:44

0.000Air Blank 01:44

# 1 0.073Subject Sample 01:45

3.144Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.069Subject Sample 01:47

3.703Breath Volume 01:47

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/05/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:1911/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:45

Washington County SO

HARRISON,JERRY

06/15/2019

461951

Washington County SO

HARRISON,JERRY,D

WRIGHT

11/03/2017

8100.27

HOLMES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:38

0.081Control Test 05:38

0.000Air Blank 05:39

# 1 0.215Subject Sample 05:42

3.390Breath Volume 05:42

Air Blank 05:42 Purge Fail

0.000Air Blank 05:43

Data Download Date/Time: 12/05/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:0411/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:45

Washington County SO

HARRISON,JERRY

06/15/2019

461951

Washington County SO

HARRISON,JERRY,D

WRIGHT

11/03/2017

8100.27

HOLMES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:47

0.000Air Blank 05:48

0.074Control Test 05:48 Control Outside Tolerance

0.000Air Blank 05:49

Data Download Date/Time: 12/05/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:0411/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:45

Washington County SO

HARRISON,JERRY

06/15/2019

461951

Washington County SO

HARRISON,JERRY,D

WRIGHT

11/03/2017

8100.27

HOLMES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.079Control Test 05:52

0.000Air Blank 05:52

# 1 0.223Subject Sample 05:53

3.019Breath Volume 05:53

0.000Air Blank 05:54

0.000Air Blank 05:55

# 2 0.212Subject Sample 05:56

3.683Breath Volume 05:56

0.000Air Blank 05:57

0.074Control Test 05:57 Control Outside Tolerance

0.000Air Blank 05:58

Data Download Date/Time: 12/05/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:2711/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:45

Washington County SO

HARRISON,JERRY

06/15/2019

461951

Washington County SO

HARRISON,JERRY,D

WRIGHT

11/03/2017

8100.27

HOLMES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:06

0.079Control Test 06:06

0.000Air Blank 06:07

# 1 0.218Subject Sample 06:07

3.156Breath Volume 06:07

0.000Air Blank 06:08

0.000Air Blank 06:09

# 2 0.206Subject Sample 06:10

3.421Breath Volume 06:10

0.000Air Blank 06:11

0.077Control Test 06:11

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 12/05/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:10:0011/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:00

Washington County SO

FINCH,THOMAS

06/15/2019

461951

Washington County SO

FRIES,LANDON,D

MCRAE

11/03/2017

8100.27

HOLMES COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:03

0.000Air Blank 17:03

0.083Control Test 17:04

0.000Air Blank 17:04

# 1 0.392Subject Sample 17:05

1.980Breath Volume 17:05

0.000Air Blank 17:06

0.000Air Blank 17:07

# 2 0.377Subject Sample 17:08

2.160Breath Volume 17:08

0.000Air Blank 17:09

0.079Control Test 17:09

0.000Air Blank 17:09

OKDiagnostics Check 17:10

Data Download Date/Time: 12/05/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:3511/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:29

Gulf Breeze PD

ROBERSON,THOMAS

06/05/2018

12716080A5

Gulf Breeze PD

ROBERSON,THOMAS,C

EASTERLY

10/27/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

# 1Subject Sample 23:22 Subject Test Refused

0.000Breath Volume 23:22

0.000Air Blank 23:22

0.081Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 11/14/2017 03:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0411/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:15

Gulf Breeze PD

BANKS,SEAN

06/05/2018

12716080A5

Gulf Breeze PD

BANKS,SEAN,C

MENTOCK

10/27/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.081Control Test 01:52

0.000Air Blank 01:53

# 1 0.000Subject Sample 01:53

1.277Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.000Subject Sample 01:56

1.476Breath Volume 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:58

Data Download Date/Time: 11/14/2017 03:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0011/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:50

Gulf Breeze PD

YOUNGREN,DENNIS

06/05/2018

12716080A5

Gulf Breeze PD

YOUNGREN,DENNIS,A

PIRES

10/27/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

# 1 0.144Subject Sample 01:27

4.054Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.142Subject Sample 01:30

4.128Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:32

Data Download Date/Time: 11/14/2017 03:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:1211/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:05

Gulf Breeze PD

BANKS,SEAN

06/05/2018

12716080A5

Gulf Breeze PD

BANKS,SEAN,C

MILCETTE

10/27/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.081Control Test 04:41

0.000Air Blank 04:42

# 1 0.084Subject Sample 04:42

1.417Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.085Subject Sample 04:45

1.566Breath Volume 04:45

0.000Air Blank 04:46

0.084Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 11/14/2017 03:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:1511/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:31

Gulf Breeze PD

WEIERS,BLAINE

06/05/2018

12716080A5

Gulf Breeze PD

WEIERS,BLAINE,T

JOHNEN

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

# 1 0.139Subject Sample 04:14

1.761Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.131Subject Sample 04:17

1.449Breath Volume 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:5011/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:48

Gulf Breeze PD

YOUNGREN,DENNIS

06/05/2018

12716080A5

Gulf Breeze PD

YOUNGREN,DENNIS,A

GILLSON

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.081Control Test 21:16

0.000Air Blank 21:16

# 1 0.148Subject Sample 21:17

3.593Breath Volume 21:17

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.144Subject Sample 21:20

2.292Breath Volume 21:20

0.000Air Blank 21:20

0.081Control Test 21:21

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:0311/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:10

Gulf Breeze PD

WHITE,TRAVIS

06/05/2018

12716080A5

Gulf Breeze PD

WHITE,TRAVIS,D

NEWKIRK

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.081Control Test 01:50

0.000Air Blank 01:50

# 1Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:52

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:2711/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:53

FHP Troop A

PASCHAL,THOMAS

06/05/2018

12716080A5

FHP Troop A

PASCHAL,THOMAS,C

BURCHFIELD

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:11

# 1Subject Sample 21:12 Subject Test Refused

0.000Breath Volume 21:12

0.000Air Blank 21:12

0.081Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:2511/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:40

Gulf Breeze PD

BANKS,SEAN

06/05/2018

12716080A5

Gulf Breeze PD

BANKS,SEAN,C

BURKHARDT

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.081Control Test 00:45

0.000Air Blank 00:46

# 1Subject Sample 00:49 No Sample Provided

0.000Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:4911/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:19

Gulf Breeze PD

YOUNGREN,DENNIS

06/05/2018

12716080A5

Gulf Breeze PD

YOUNGREN,DENNIS,A

YOUNG

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.077Control Test 21:56

0.000Air Blank 21:57

# 1Subject Sample 21:57 Subject Test Refused

0.000Breath Volume 21:57

0.000Air Blank 21:57

0.080Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0511/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:29

Gulf Breeze PD

BANKS,SEAN

06/05/2018

12716080A5

Gulf Breeze PD

BANKS,SEAN,C

SPENCER

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.081Control Test 04:08

0.000Air Blank 04:08

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:3611/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:32

Gulf Breeze PD

BANKS,SEAN

06/05/2018

12716080A5

Gulf Breeze PD

BANKS,SEAN,C

FORST

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.081Control Test 23:05

0.000Air Blank 23:06

# 1 0.134Subject Sample 23:07

3.308Breath Volume 23:07

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.131Subject Sample 23:10

3.652Breath Volume 23:10

0.000Air Blank 23:10

0.081Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4111/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:45

Gulf Breeze PD

YOUNGREN,DENNIS

06/05/2018

12716080A5

Gulf Breeze PD

YOUNGREN,DENNIS,A

CRANE

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.168Subject Sample 03:23

3.906Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.162Subject Sample 03:26

4.472Breath Volume 03:26

0.000Air Blank 03:26

0.082Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:0411/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:05

Gulf Breeze PD

BANKS,SEAN

06/05/2018

12716080A5

Gulf Breeze PD

BANKS,SEAN,C

REESE

11/14/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.138Subject Sample 00:39

1.660Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.142Subject Sample 00:42

2.656Breath Volume 00:42

0.000Air Blank 00:43

0.082Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:44

Data Download Date/Time: 12/16/2017 00:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:3611/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:31

12:25

St. Lucie County SO

HAMPTON,THOMAS

08/05/2019

17817080A2

FHP Troop L

SELPH,JASON,H

ZBEDA

10/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:51

0.000Air Blank 16:51

0.080Control Test 16:52

0.000Air Blank 16:52

# 1 0.299Subject Sample 16:53

2.496Breath Volume 16:53

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.293Subject Sample 16:56

2.285Breath Volume 16:56

0.000Air Blank 16:56

0.079Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 11/09/2017 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:1411/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:10

St. Lucie County SO

DRAWDY,LAINE

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

SCARAFONI

10/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.160Subject Sample 01:39

1.675Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 3 0.162Subject Sample 01:42

1.503Breath Volume 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 11/09/2017 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:4211/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:07

St. Lucie County SO

RIDLE,EVAN

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

CASSEDY

10/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.117Subject Sample 22:12

3.812Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.121Subject Sample 22:16

2.027Breath Volume 22:16

0.000Air Blank 22:16

0.079Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 11/09/2017 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:2711/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:01

Fort Pierce PD

FRAZIER,MICHAEL

08/05/2019

17817080A2

Fort Pierce PD

FRAZIER,MICHAEL,L

SAINRILUS

10/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

# 1 0.113Subject Sample 02:45

2.781Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.112Subject Sample 02:48

2.339Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 11/09/2017 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:2611/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:34

St. Lucie County SO

RIDLE,EVAN

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

CEBALLOS

10/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.086Subject Sample 03:37 Volume Not Met

0.402Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.110Subject Sample 03:42 Volume Not Met

0.289Breath Volume 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 11/09/2017 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:06:2911/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:27

16:17

FHP Troop L

ALTAMIRANDA,ANTONIO

08/05/2019

17817080A2

FHP Troop L

ALTAMIRANDA,ANTONIO,G

BERNARD

10/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:00

0.000Air Blank 17:00

0.080Control Test 17:01

0.000Air Blank 17:01

# 1 0.000Subject Sample 17:02

2.386Breath Volume 17:02

0.000Air Blank 17:02

0.000Air Blank 17:04

# 2 0.000Subject Sample 17:05

2.117Breath Volume 17:05

0.000Air Blank 17:05

0.080Control Test 17:05

0.000Air Blank 17:06

OKDiagnostics Check 17:06

Data Download Date/Time: 11/09/2017 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:1411/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

16:43

FHP Troop K

IZQUIERDO,ROBERT

08/05/2019

17817080A2

FHP Troop K

IZQUIERDO,ROBERT,W

RODRIGUES ALVARENGA

10/20/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:22

0.000Air Blank 19:23

0.080Control Test 19:23

0.000Air Blank 19:23

# 1 0.000Subject Sample 19:24

2.300Breath Volume 19:24

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2 0.000Subject Sample 19:27

3.066Breath Volume 19:27

0.000Air Blank 19:28

0.079Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 11/09/2017 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3511/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:57

St. Lucie County SO

DRAWDY,LAINE

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

WETHERILL

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

# 1 0.191Subject Sample 02:46

2.816Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.186Subject Sample 02:49

2.457Breath Volume 02:49

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:0811/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:21

14:31

St. Lucie County SO

JOYNER,TIMOTHY

08/05/2019

17817080A2

St. Lucie County SO

SELPH,JASON,H

PEARL

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:41

0.000Air Blank 15:41

0.079Control Test 15:42

0.000Air Blank 15:42

# 1Subject Sample 15:42 Subject Test Refused

0.000Breath Volume 15:42

0.000Air Blank 15:43

0.080Control Test 15:43

0.000Air Blank 15:44

OKDiagnostics Check 15:44

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:5811/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

20:52

St. Lucie County SO

GILKEY,JOSH

08/05/2019

17817080A2

St. Lucie County SO

HALL,RICHARD,D

ROMAN

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1 0.053Subject Sample 22:58

2.839Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.049Subject Sample 23:01

1.609Breath Volume 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:01:0711/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:26

14:38

St. Lucie County SO

WYATT,PAMELA

08/05/2019

17817080A2

FHP Troop L

SELPH,JASON,H

O\BRIEN

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:54

0.000Air Blank 15:54

0.080Control Test 15:55

0.000Air Blank 15:55

# 1 0.041Subject Sample 15:56

2.316Breath Volume 15:56

0.000Air Blank 15:57

0.000Air Blank 15:58

# 2 0.039Subject Sample 15:59

1.734Breath Volume 15:59

0.000Air Blank 16:00

0.080Control Test 16:00

0.000Air Blank 16:01

OKDiagnostics Check 16:01

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2711/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:47

St. Lucie County SO

DRAWDY,LAINE

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

COOK

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1 0.233Subject Sample 01:57

3.121Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.234Subject Sample 02:00

3.179Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2711/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:05

St. Lucie County SO

DRAWDY,LAINE

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

MONTEPARE

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:09

# 1Subject Sample 01:12 No Sample Provided

0.000Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.132Subject Sample 01:15

1.996Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 3 0.135Subject Sample 01:18

2.484Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:5911/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:45

St. Lucie County SO

RIDLE,EVAN

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

MEDINA PONCE

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:02

# 1 0.173Subject Sample 04:03

3.566Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:05

# 2 0.172Subject Sample 04:06

3.898Breath Volume 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:4511/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:00

17:01

FFWCC (West Palm)

HAUSLER,TREVOR

08/05/2019

17817080A2

FFWCC (West Palm)

PAYNE,JAMES,B

GIBELYOU

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:20

0.080Control Test 18:20

0.000Air Blank 18:21

# 1 0.178Subject Sample 18:22

1.320Breath Volume 18:22

0.000Air Blank 18:22

0.000Air Blank 18:24

# 2 0.175Subject Sample 18:25

2.351Breath Volume 18:25

0.000Air Blank 18:25

0.079Control Test 18:26

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:5411/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:44

St. Lucie County SO

DRAWDY,LAINE

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

PETERSON

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:01

# 1 0.106Subject Sample 02:02

2.371Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.105Subject Sample 02:05

2.128Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:2011/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:00

St. Lucie County SO

OLIVEIRA,ISRAEL

08/05/2019

17817080A2

St. Lucie County SO

RODRIGUES,RUI,

MANEK

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.080Control Test 18:52

0.000Air Blank 18:52

# 1 0.013Subject Sample 18:53

2.007Breath Volume 18:53

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.011Subject Sample 18:55

1.597Breath Volume 18:55

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:4911/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:38

St. Lucie County SO

ETIENNE,EMMANUEL

08/05/2019

17817080A2

St. Lucie County SO

RODRIGUES,RUI,

BALDWIN

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:54

# 1 0.122Subject Sample 03:55

2.242Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.118Subject Sample 03:58

2.093Breath Volume 03:58

0.000Air Blank 03:58

0.079Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5111/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:33

St. Lucie County SO

HALL,RICHARD

08/05/2019

17817080A2

St. Lucie County SO

HALL,RICHARD,D

COUGHLIN

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:24

# 1 0.142Subject Sample 04:26

2.320Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.144Subject Sample 04:30

2.046Breath Volume 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:3811/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:01

St. Lucie County SO

DRAWDY,LAINE

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

LABOY RIVERA

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.080Control Test 20:12

0.000Air Blank 20:12

# 1 0.198Subject Sample 20:13

1.738Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.188Subject Sample 20:17

1.113Breath Volume 20:17

0.000Air Blank 20:17

0.079Control Test 20:18

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:51:0611/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:15

13:34

St. Lucie County SO

SELPH,JASON

08/05/2019

17817080A2

St. Lucie County SO

SELPH,JASON,H

DAVIS

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:44

0.000Air Blank 14:44

0.079Control Test 14:45

0.000Air Blank 14:45

# 1 0.000Subject Sample 14:46

1.761Breath Volume 14:46

0.000Air Blank 14:47

0.000Air Blank 14:49

# 2 0.000Subject Sample 14:49

2.011Breath Volume 14:49

0.000Air Blank 14:50

0.080Control Test 14:50

0.000Air Blank 14:51

OKDiagnostics Check 14:51

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:3111/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:36

St. Lucie County SO

DRAWDY,LAINE

08/05/2019

17817080A2

St. Lucie County SO

DRAWDY,LAINE,A

YERENA

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

# 1 0.096Subject Sample 22:44

1.910Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.092Subject Sample 22:47

1.394Breath Volume 22:47

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2311/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

23:25

Fort Pierce PD

FRAZIER,MICHAEL

08/05/2019

17817080A2

Fort Pierce PD

FRAZIER,MICHAEL,L

CHETTY

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

# 1 0.221Subject Sample 02:24

1.898Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.223Subject Sample 02:27

2.402Breath Volume 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:2511/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

10:40

Fort Pierce PD

FRAZIER,MICHAEL

08/05/2019

17817080A2

Fort Pierce PD

FRAZIER,MICHAEL,L

ORTIZ-RODRIGUEZ

11/09/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1 0.127Subject Sample 23:36 Volume Not Met

0.433Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.129Subject Sample 23:40

1.613Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:42

# 3 0.122Subject Sample 23:43

1.570Breath Volume 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 12/05/2017 11:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:13:5211/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:44

13:20

Hamilton County SO

HOWARD,RODNEY

07/05/2018

14816080A3

FHP Troop B

GOLUB,JASON,M

LIEUPO

10/31/2017

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:05

0.000Air Blank 14:05

0.081Control Test 14:06

0.000Air Blank 14:06

# 1Subject Sample 14:09 No Sample Provided

0.000Breath Volume 14:09

0.000Air Blank 14:10

0.000Air Blank 14:12

# 2Subject Sample 14:12 Subject Test Refused

0.000Breath Volume 14:12

0.000Air Blank 14:12

0.080Control Test 14:13

0.000Air Blank 14:13

OKDiagnostics Check 14:13

Data Download Date/Time: 11/28/2017 01:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:5011/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:15

Hamilton County SO

DASHER,ALBERT

07/05/2018

14816080A3

White Springs PD

CURRY,WILLIAM,C

PEELER

10/31/2017

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:44

# 1 0.103Subject Sample 22:45

1.917Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:47

# 2 0.101Subject Sample 22:48

2.257Breath Volume 22:48

0.000Air Blank 22:48

0.079Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 11/28/2017 01:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:2511/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:48

Hillsborough Co SO

GONZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

GRANNIS,RONALD,R

CARDENAS BELTRAN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

# 1 0.121Subject Sample 23:33

1.800Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.119Subject Sample 23:36

1.808Breath Volume 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0411/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:20

Hillsborough Co SO

MEYER,S

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

ROCHE

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.159Subject Sample 02:33

1.832Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.149Subject Sample 02:36

1.277Breath Volume 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:38

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3511/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:43

Hillsborough Co SO

GONZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

HIDALGO CESPEDES

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

# 1 0.126Subject Sample 03:29

1.457Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.121Subject Sample 03:32

1.265Breath Volume 03:32

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:5911/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

18:59

Hillsborough Co SO

EDGE,S

06/05/2018

12716080A7

FHP Troop C

GRANNIS,RONALD,R

DUNCAN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:49

# 1 0.187Subject Sample 20:49

3.769Breath Volume 20:49

0.000Air Blank 20:50

0.000Air Blank 20:51

# 2 0.191Subject Sample 20:52

4.007Breath Volume 20:52

0.000Air Blank 20:53

0.079Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2811/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:43

Hillsborough Co SO

WASHINGTON,D

06/05/2018

12716080A7

Hillsborough Co SO

GRANNIS,RONALD,R

CROCKETT

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

# 1 0.232Subject Sample 23:51

1.898Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.248Subject Sample 23:54

2.593Breath Volume 23:54

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:0111/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:56

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

FILARDO

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:07

# 1 0.278Subject Sample 04:08

3.722Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.277Subject Sample 04:11

3.613Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:13

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:4011/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:34

Hillsborough Co SO

WOODEN,D

06/05/2018

12716080A7

Hillsborough Co SO

GRANNIS,RONALD,R

RIVERA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.080Control Test 05:13

0.000Air Blank 05:14

# 1 0.121Subject Sample 05:15

1.539Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.130Subject Sample 05:19

1.851Breath Volume 05:19

0.000Air Blank 05:19

0.079Control Test 05:20

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:36:1111/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:08

07:52

Hillsborough Co SO

REICHERT,C

06/05/2018

12716080A7

Hillsborough Co SO

SNYDER,MELONIE,E

ARGUDO

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:29

0.000Air Blank 08:29

0.081Control Test 08:30

0.000Air Blank 08:30

# 1 0.164Subject Sample 08:31

2.558Breath Volume 08:31

0.000Air Blank 08:32

0.000Air Blank 08:34

# 2 0.155Subject Sample 08:34

1.640Breath Volume 08:34

0.000Air Blank 08:35

0.080Control Test 08:35

0.000Air Blank 08:36

OKDiagnostics Check 08:36

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:25:5411/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:59

08:31

Hillsborough Co SO

RIZER,D

06/05/2018

12716080A7

Hillsborough Co SO

SNYDER,MELONIE,E

STUPIA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:19

0.000Air Blank 09:19

0.080Control Test 09:20

0.000Air Blank 09:20

# 1 0.106Subject Sample 09:21

1.613Breath Volume 09:21

0.000Air Blank 09:22

0.000Air Blank 09:23

# 2 0.116Subject Sample 09:24

2.085Breath Volume 09:24

0.000Air Blank 09:24

0.080Control Test 09:25

0.000Air Blank 09:25

OKDiagnostics Check 09:25

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:52:2511/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:25

12:00

Hillsborough Co SO

NATHAN,C

06/05/2018

12716080A7

Tampa PD

SNYDER,MELONIE,E

SANDOVAL

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:45

0.000Air Blank 12:46

0.081Control Test 12:46

0.000Air Blank 12:46

# 1 0.188Subject Sample 12:47

1.410Breath Volume 12:47

0.000Air Blank 12:47

0.000Air Blank 12:49

# 2 0.182Subject Sample 12:50

1.738Breath Volume 12:50

0.000Air Blank 12:51

0.080Control Test 12:51

0.000Air Blank 12:52

OKDiagnostics Check 12:52

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:5711/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:53

Hillsborough Co SO

PECYLAK,M

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

CORTES

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.081Control Test 19:41

0.000Air Blank 19:42

# 1 0.122Subject Sample 19:42

1.601Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:44

# 2 0.142Subject Sample 19:45

1.722Breath Volume 19:45

0.000Air Blank 19:46

0.081Control Test 19:46

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:5611/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:37

Hillsborough Co SO

SINANI,A

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

MINNAX JR

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:32

# 1 0.000Subject Sample 21:32

2.636Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.000Subject Sample 21:35

2.332Breath Volume 21:35

0.000Air Blank 21:36

0.081Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:4211/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:09

Hillsborough Co SO

DE JESUS,V

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

RAMIREZ-DIAZ

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:24

# 1 0.115Subject Sample 00:26

1.519Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.128Subject Sample 00:30

3.152Breath Volume 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:0811/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

02:56

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

BELLOMO

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.081Control Test 04:12

0.000Air Blank 04:12

# 1 0.166Subject Sample 04:13

3.734Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.167Subject Sample 04:16

3.546Breath Volume 04:16

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:3711/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:12

Hillsborough Co SO

DE JESUS,V

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

MOREAU

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:11

0.000Air Blank 06:11

0.081Control Test 06:11

0.000Air Blank 06:12

# 1 0.058Subject Sample 06:12

2.230Breath Volume 06:12

0.000Air Blank 06:13

0.000Air Blank 06:15

# 2 0.055Subject Sample 06:16

1.562Breath Volume 06:16

0.000Air Blank 06:16

0.080Control Test 06:17

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:1311/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

15:50

Hillsborough Co SO

CAMPBELL,J

06/05/2018

12716080A7

FHP Troop C

SIMMONS,ANGELA,V

CRUZ TIPACAMU

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:11

0.000Air Blank 17:11

0.081Control Test 17:11

0.000Air Blank 17:12

# 1 0.201Subject Sample 17:13

2.050Breath Volume 17:13

0.000Air Blank 17:14

0.000Air Blank 17:15

# 2 0.191Subject Sample 17:16

1.757Breath Volume 17:16

0.000Air Blank 17:17

0.080Control Test 17:17

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4611/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:58

Hillsborough Co SO

BRENNAN,D

06/05/2018

12716080A7

Hillsborough Co SO

GRANNIS,RONALD,R

ZUCCARINI

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.081Control Test 21:48

0.000Air Blank 21:48

# 1 0.172Subject Sample 21:50

1.117Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.183Subject Sample 21:54

1.226Breath Volume 21:54

0.000Air Blank 21:54

0.079Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:01:2011/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:17

13:43

Hillsborough Co SO

MONTOUTE,S

06/05/2018

12716080A7

Hillsborough Co SO

BARR,BARBARA,H

CARTER

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:45

0.000Air Blank 14:45

0.081Control Test 14:46

0.000Air Blank 14:46

# 1 0.108Subject Sample 14:49 Volume Not Met

0.250Breath Volume 14:49

0.000Air Blank 14:50

0.000Air Blank 14:52

# 2 0.112Subject Sample 14:54

1.222Breath Volume 14:54

0.000Air Blank 14:54

0.000Air Blank 14:56

# 3 0.089Subject Sample 14:59 Volume Not Met

0.035Breath Volume 14:59

0.000Air Blank 15:00

0.081Control Test 15:00

0.000Air Blank 15:01

OKDiagnostics Check 15:01

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:16:0011/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:17

13:43

Hillsborough Co SO

MONTOUTE,S

06/05/2018

12716080A7

Hillsborough Co SO

BARR,BARBARA,H

CARTER

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:03

0.000Air Blank 15:03

0.079Control Test 15:04

0.000Air Blank 15:04

# 1 0.111Subject Sample 15:06

1.496Breath Volume 15:06

0.000Air Blank 15:06

0.000Air Blank 15:08

# 2 0.103Subject Sample 15:11 Volume Not Met

0.160Breath Volume 15:11

0.000Air Blank 15:12

0.000Air Blank 15:14

# 3 0.103Subject Sample 15:14

1.277Breath Volume 15:14

0.000Air Blank 15:15

0.079Control Test 15:15

0.000Air Blank 15:15

OKDiagnostics Check 15:16

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:4211/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:22

Hillsborough Co SO

SINANI,A

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

KEARNEY

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:16

# 1 0.114Subject Sample 04:17

2.382Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.124Subject Sample 04:20

2.558Breath Volume 04:20

0.000Air Blank 04:20

0.081Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:2011/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:49

Hillsborough Co SO

HONEYGHON,A

06/05/2018

12716080A7

Hillsborough Co SO

GRANNIS,RONALD,R

KUROWSKY

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.081Control Test 04:40

0.000Air Blank 04:41

# 1 0.150Subject Sample 04:42

2.726Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:44

# 2 0.140Subject Sample 04:45

3.066Breath Volume 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:19:0511/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:43

14:00

Hillsborough Co SO

HOSKINS,H 4425

06/05/2018

12716080A7

Hillsborough Co SO

SKIPPER,ROGER,G

MEJIA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:05

0.000Air Blank 15:05

0.081Control Test 15:05

0.000Air Blank 15:06

# 1 0.266Subject Sample 15:08

1.843Breath Volume 15:08

0.000Air Blank 15:09

0.000Air Blank 15:11

# 2Subject Sample 15:14 No Sample Provided

0.000Breath Volume 15:14

0.000Air Blank 15:14

0.000Air Blank 15:16

# 3Subject Sample 15:18 Sequence Aborted

0.000Breath Volume 15:18

0.000Air Blank 15:19

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:43:1811/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:15

14:00

Hillsborough Co SO

HOSKINS,H

06/05/2018

12716080A7

Hillsborough Co SO

BARR,BARBARA,H

MEJIA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:35

0.000Air Blank 15:36

0.081Control Test 15:36

0.000Air Blank 15:37

# 1 0.267Subject Sample 15:37

1.757Breath Volume 15:37

0.000Air Blank 15:38

0.000Air Blank 15:39

# 2 0.259Subject Sample 15:41

1.957Breath Volume 15:41

0.000Air Blank 15:42

0.080Control Test 15:42

0.000Air Blank 15:43

OKDiagnostics Check 15:43

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:5111/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:37

Hillsborough Co SO

DUNCAN,M

06/05/2018

12716080A7

Hillsborough Co SO

GRANNIS,RONALD,R

HERNANDEZ MATEHULALA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.081Control Test 23:29

0.000Air Blank 23:29

# 1 0.186Subject Sample 23:30

2.589Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:32

# 2 0.187Subject Sample 23:33

2.523Breath Volume 23:33

0.000Air Blank 23:33

0.079Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3611/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:04

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

NGUYEN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

# 1 0.113Subject Sample 02:57 Volume Not Met

0.246Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.128Subject Sample 03:02 Volume Not Met

0.113Breath Volume 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3411/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:04

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

NGUYEN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

# 1 0.134Subject Sample 03:08

1.140Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.129Subject Sample 03:11

1.121Breath Volume 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 12/19/2017 17:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:4311/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:35

Hillsborough Co SO

SULAIMAN,R

06/05/2018

12716080A7

FHP Troop C

DAIL,JULIE,A

WILSON-NEAL

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.081Control Test 20:40

0.000Air Blank 20:41

# 1 0.173Subject Sample 20:41

1.847Breath Volume 20:41

Air Blank 20:42 RFI Detect

0.000Air Blank 20:42

0.081Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 12/19/2017 17:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:5011/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:35

Hillsborough Co SO

SULAIMAN,R

06/05/2018

12716080A7

FHP Troop C

DAIL,JULIE,A

WILSON-NEAL

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.081Control Test 20:46

0.000Air Blank 20:46

# 1 0.182Subject Sample 20:47

1.558Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.181Subject Sample 20:51

1.746Breath Volume 20:51

0.000Air Blank 20:51

0.079Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 12/19/2017 17:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:34:0311/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:05

05:44

Hillsborough Co SO

BAILEY,D

06/05/2018

12716080A7

Tampa PD

ARUNDALE,BRITTANY,T

JREISAT

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:25

0.000Air Blank 06:25

0.081Control Test 06:26

0.000Air Blank 06:26

# 1 0.217Subject Sample 06:28

4.941Breath Volume 06:28

0.000Air Blank 06:28

0.000Air Blank 06:30

# 2 0.218Subject Sample 06:32

5.171Breath Volume 06:32

0.000Air Blank 06:33

0.080Control Test 06:33

0.000Air Blank 06:33

OKDiagnostics Check 06:34

Data Download Date/Time: 12/19/2017 17:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:1411/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:47

FHP Troop B

NICK,TIMOTHY

08/05/2019

17817080A3

FHP Troop B

NICK,TIMOTHY,E

JAMES

10/24/2017

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.081Control Test 04:27

0.000Air Blank 04:27

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:28

0.081Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 11/28/2017 09:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:5011/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:27

FHP Troop B

MASH,EARL

08/05/2019

17817080A3

FHP Troop B

MASH,EARL,C

BAXTER

10/24/2017

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:09

0.000Air Blank 20:10

0.081Control Test 20:10

0.000Air Blank 20:11

# 1Subject Sample 20:11 Subject Test Refused

0.000Breath Volume 20:11

0.000Air Blank 20:11

0.081Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 11/28/2017 09:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:1511/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:27

FHP Troop B

MASH,EARL

08/05/2019

17817080A3

FHP Troop B

MASH,EARL,C

BAXTER

10/24/2017

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.081Control Test 20:19

Air Blank 20:19 RFI Detect

0.000Air Blank 20:20

Data Download Date/Time: 11/28/2017 09:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:5311/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:04

Perry PD

WARREN,BRIAN

04/19/2019

390314

Taylor County SO

ARNOLD,JOHN,S

CHESTER

10/30/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.077Control Test 23:49

0.000Air Blank 23:50

# 1 0.108Subject Sample 23:52

2.164Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.105Subject Sample 23:57

1.800Breath Volume 23:57

0.000Air Blank 23:57

0.078Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 11/29/2017 11:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5511/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:36

Perry PD

BASS,JASON

04/19/2019

390314

Perry PD

ARNOLD,JOHN,S

MEADOR

10/30/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

# 1Subject Sample 01:11 Sequence Aborted

0.000Breath Volume 01:11

0.000Air Blank 01:11

Data Download Date/Time: 11/29/2017 11:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:1411/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:20

FHP Troop H

SWINDLE,CHARLES

04/19/2019

390314

FHP Troop H

SWINDLE,CHARLES,M

HUGHES

10/30/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:53

0.000Air Blank 05:53

0.078Control Test 05:53

0.000Air Blank 05:54

# 1 0.061Subject Sample 05:54

1.980Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.061Subject Sample 05:57

3.078Breath Volume 05:57

0.000Air Blank 05:58

0.078Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 11/29/2017 11:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:4311/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:59

Belleview PD

LACOGNATA,CHRISTINA

06/08/2019

437738

Belleview PD

LACOGNATA,CHRISTINA,T

BOLES

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:51

# 1Subject Sample 00:54 RFI Detect

0.000Breath Volume 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:2011/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:59

Belleview PD

LACOGNATA,CHRISTINA

06/08/2019

437738

Belleview PD

LACOGNATA,CHRISTINA,T

BOLES

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2Subject Sample 01:06 No Sample Provided

0.000Breath Volume 01:06

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:5411/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

22:00

21:55

Marion County SO

NEALE,B

06/08/2019

437738

Marion County SO

NEALE,B,

DOE

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

# 1 0.179Subject Sample 23:09

3.148Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2Subject Sample 23:14 No Sample Provided

0.000Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 3Subject Sample 23:20 No Sample Provided

0.000Breath Volume 23:20

0.000Air Blank 23:20

0.080Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:4711/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:12

Belleview PD

LACOGNATA,CHRISTINA

06/08/2019

437738

Belleview PD

LACOGNATA,CHRISTINA,T

MALIN

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:06

# 1 0.162Subject Sample 23:08

1.414Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.155Subject Sample 23:12

1.246Breath Volume 23:12

0.000Air Blank 23:12

0.081Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:1511/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:44

Marion County SO

BATTS,C

12/01/2019

644476

Marion County SO

BATTS,C,

KITTLE

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:34

0.000Air Blank 05:34

0.079Control Test 05:34

0.000Air Blank 05:35

# 1 0.218Subject Sample 05:37

1.339Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.221Subject Sample 05:43 Volume Not Met

1.078Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:45

# 3 0.220Subject Sample 05:46

1.628Breath Volume 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:00:2711/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

13:43

FHP Troop B

PALESE,ANTHONY

06/08/2019

437738

FHP Troop B

PALESE,ANTHONY,W

PIERCE

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:50

0.000Air Blank 14:51

0.080Control Test 14:51

0.000Air Blank 14:51

# 1 0.132Subject Sample 14:54

1.132Breath Volume 14:54

0.000Air Blank 14:55

0.000Air Blank 14:57

# 2 0.133Subject Sample 14:58

1.117Breath Volume 14:58

0.000Air Blank 14:59

0.079Control Test 14:59

0.000Air Blank 15:00

OKDiagnostics Check 15:00

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:3911/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

20:42

Marion County SO

MENDOZA,LINSEY

06/08/2019

437738

Marion County SO

MENDOZA,LINSEY,R

HACKETT

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:15

# 1 0.110Subject Sample 22:16

2.140Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.106Subject Sample 22:18

2.050Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1011/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:22

Marion County SO

MILLER,GARY

12/01/2019

644476

Marion County SO

MILLER,GARY,A

RODRIGUEZ

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:23

# 1 0.136Subject Sample 02:24

1.718Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.134Subject Sample 02:27

1.621Breath Volume 02:27

0.000Air Blank 02:28

0.081Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:3411/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:37

Marion County SO

MILLER,GARY

12/01/2019

644476

Marion County SO

MILLER,GARY,A

NICHOLAS

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

# 1 0.051Subject Sample 00:31

1.710Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.054Subject Sample 00:35

2.261Breath Volume 00:35

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:2211/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:45

Marion County SO

BOSTICK,MEGAN

06/08/2019

437738

Marion County SO

BOSTICK,MEGAN,K

WHITE

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.079Control Test 03:57

0.000Air Blank 03:57

# 1Subject Sample 03:58 Subject Test Refused

0.000Breath Volume 03:58

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1211/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

03:01

Marion County SO

MILLER,GARY

12/01/2019

644476

Marion County SO

MILLER,GARY,A

EDWARDS

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

# 1 0.061Subject Sample 03:47

1.363Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.062Subject Sample 03:50

2.222Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:0211/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:42

Marion County SO

GALLER,JESSICA

12/01/2019

644476

Marion County SO

GALLER,JESSICA,G

MAHAN

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:35

# 1 0.088Subject Sample 04:36

1.683Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:38

# 2 0.089Subject Sample 04:39

1.925Breath Volume 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:41

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:2611/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:32

Marion County SO

MILLER,GARY

12/01/2019

644476

Marion County SO

MILLER,GARY,A

HALLIGAN

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.081Control Test 21:11

0.000Air Blank 21:11

# 1 0.138Subject Sample 21:12

1.882Breath Volume 21:12

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.127Subject Sample 21:14

1.343Breath Volume 21:14

0.000Air Blank 21:15

0.081Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:1511/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:32

Marion County SO

GALLER,JESSICA

12/01/2019

644476

Marion County SO

GALLER,JESSICA,G

MANGO

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.081Control Test 21:29

0.000Air Blank 21:29

# 1 0.000Subject Sample 21:30

2.148Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.000Subject Sample 21:33

2.261Breath Volume 21:33

0.000Air Blank 21:34

0.082Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:2211/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:50

Marion County SO

MILLER,GARY

12/01/2019

644476

Marion County SO

MILLER,GARY,A

HENLEY

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.080Control Test 01:41

0.000Air Blank 01:41

# 1 0.171Subject Sample 01:41

2.847Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.162Subject Sample 01:44

1.601Breath Volume 01:44

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5211/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:12

Marion County SO

RAINES,E

12/01/2019

644476

Dunnellon PD

BATTS,C,

ARENCIBIA

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:55

# 1Subject Sample 01:55 Subject Test Refused

0.000Breath Volume 01:55

0.000Air Blank 01:55

0.080Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:2911/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:52

Marion County SO

PITTS,C

12/01/2019

644476

Marion County SO

BATTS,C,

AHMED

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

# 1 0.180Subject Sample 02:13

1.843Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.190Subject Sample 02:16

2.097Breath Volume 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:3511/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:19

FHP Troop B

CASTIGLIONE,SALVATORE

12/01/2019

644476

FHP Troop B

CASTIGLIONE,SALVATORE,M

WATKINS

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:36

# 1Subject Sample 00:38 Interferent Detect

2.730Breath Volume 00:38

Air Blank 00:38 Purge Fail

Air Blank 00:39 Purge Fail

Data Download Date/Time: 11/28/2017 19:00

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:1611/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:19

FHP Troop B

CASTIGLIONE,SALVATORE

12/01/2019

644476

FHP Troop B

CASTIGLIONE,SALVATORE,M

WATKINS

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

# 1Subject Sample 00:43 Interferent Detect

1.628Breath Volume 00:43

Air Blank 00:44 Purge Fail

0.000Air Blank 00:45

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3311/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:19

FHP Troop B

CASTIGLIONE,SALVATORE

12/01/2019

644476

FHP Troop B

CASTIGLIONE,SALVATORE,M

WATKINS

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:48

# 1 0.095Subject Sample 00:49

2.324Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:51

# 2Subject Sample 00:53 Interferent Detect

1.519Breath Volume 00:53

Air Blank 00:54 Purge Fail

0.000Air Blank 00:54

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0711/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:19

FHP Troop B

CASTIGLIONE,SALVATORE

12/01/2019

644476

FHP Troop B

CASTIGLIONE,SALVATORE,M

WATKINS

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

# 1 0.085Subject Sample 00:58

2.246Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.096Subject Sample 01:01

1.480Breath Volume 01:01

0.000Air Blank 01:02

0.082Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:4111/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:00

Marion County SO

GALLER,JESSICA

12/01/2019

644476

Marion County SO

GALLER,JESSICA,G

SIMON

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.081Control Test 02:50

0.000Air Blank 02:50

# 1Subject Sample 02:53 No Sample Provided

0.000Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2Subject Sample 02:59 No Sample Provided

0.000Breath Volume 02:59

0.000Air Blank 02:59

0.082Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5911/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:30

FHP Troop B

THWEATT,CAMERON

06/08/2019

437738

FHP Troop B

THWEATT,CAMERON,J

ENCISO-GARCIA

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.079Control Test 04:48

0.000Air Blank 04:48

# 1Subject Sample 04:50 RFI Detect

0.000Breath Volume 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3611/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:59

Ocala PD

LETSON,REBECCA

12/01/2019

644476

Ocala PD

LETSON,REBECCA,G

SIMONS

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1 0.105Subject Sample 03:53

2.683Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.102Subject Sample 03:56

2.480Breath Volume 03:56

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4511/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:16

FHP Troop B

FERNANDEZ,ALAIN

12/01/2019

644476

FHP Troop B

FERNANDEZ,ALAIN,

OLLER

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

# 1Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:1511/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

18:41

Marion County SO

MILLER,GARY

12/01/2019

64476

Marion County SO

MILLER,GARY,A

REKITO

10/24/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.081Control Test 19:56

0.000Air Blank 19:56

# 1 0.000Subject Sample 19:58

1.855Breath Volume 19:58

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.000Subject Sample 20:01

1.816Breath Volume 20:01

0.000Air Blank 20:02

0.082Control Test 20:02

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 11/28/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:0011/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:28

16:41

Sumter County SO

SEARS,TRAVIS

09/05/2018

20016080A3

Sumter County SO

JACOBSON,JAMES,W

MOSER

11/12/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 17:48

0.000Air Blank 17:48

0.079Control Test 17:49

0.000Air Blank 17:49

# 1 0.174Subject Sample 17:50

2.214Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:53

# 2 0.170Subject Sample 17:54

1.128Breath Volume 17:54

0.000Air Blank 17:55

0.077Control Test 17:55

0.000Air Blank 17:55

OKDiagnostics Check 17:56

Data Download Date/Time: 12/20/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:3111/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

10:32

Sumter County SO

BLANKENSHIP,SAMUEL

09/05/2018

20016080A3

Sumter County SO

SMITH,TRAVIS,D

MARTIN

11/12/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

# 1 0.194Subject Sample 23:38 Volume Not Met

0.199Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:40

# 2 0.205Subject Sample 23:41

1.812Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:43

# 3 0.216Subject Sample 23:44

1.792Breath Volume 23:44

0.000Air Blank 23:45

0.078Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 12/20/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:12:5111/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:45

08:26

Sumter County SO

ELIAS,DANIEL

09/05/2018

20016080A3

Sumter County SO

JACOBSON,JAMES,W

STRICKLAND

11/12/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:05

0.000Air Blank 09:06

0.080Control Test 09:06

0.000Air Blank 09:07

# 1 0.219Subject Sample 09:07

2.609Breath Volume 09:07

0.000Air Blank 09:08

0.000Air Blank 09:10

# 2 0.227Subject Sample 09:11

2.281Breath Volume 09:11

0.000Air Blank 09:11

0.077Control Test 09:12

0.000Air Blank 09:12

OKDiagnostics Check 09:12

Data Download Date/Time: 12/20/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:2411/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:47

Sumter County SO

COOK,MICHAEL

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

STALEY

11/12/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.079Control Test 01:14

0.000Air Blank 01:14

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 12/20/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:0011/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

15:39

Sumter County SO

RAFFERTY,CHRIS

09/05/2018

20016080A3

Sumter County SO

JACOBSON,JAMES,W

ALVARADO

11/12/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:25

0.000Air Blank 16:26

0.081Control Test 16:26

0.000Air Blank 16:27

# 1 0.229Subject Sample 16:28

1.984Breath Volume 16:28

0.000Air Blank 16:29

0.000Air Blank 16:30

# 2 0.268Subject Sample 16:31

4.191Breath Volume 16:31

0.000Air Blank 16:32

0.000Air Blank 16:33

# 3 0.269Subject Sample 16:34

3.093Breath Volume 16:34

0.000Air Blank 16:35

0.078Control Test 16:35

0.000Air Blank 16:35

OKDiagnostics Check 16:36

Data Download Date/Time: 12/20/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:5211/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:35

Sumter County SO

BOUTROS,P

09/05/2018

20016080A3

Sumter County SO

MARSHALL,JARROD,C

ZELLNER

11/12/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.079Control Test 21:30

0.000Air Blank 21:30

# 1 0.027Subject Sample 21:31

2.773Breath Volume 21:31

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.027Subject Sample 21:34

2.839Breath Volume 21:34

0.000Air Blank 21:34

0.080Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 12/20/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:2111/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:02

Sumter County SO

HALLOWAY,J

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

MCKENNEY

11/12/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.079Control Test 20:03

0.000Air Blank 20:04

# 1Subject Sample 20:04 Subject Test Refused

0.000Breath Volume 20:04

0.000Air Blank 20:05

0.080Control Test 20:05

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 12/20/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:1711/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

16:42

Sumter County SO

BOUTROS,PHIL

09/05/2018

20016080A3

Sumter County SO

JACOBSON,JAMES,W

WESTERLUND

10/26/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:10

0.078Control Test 18:11

0.000Air Blank 18:11

# 1 0.197Subject Sample 18:12

2.523Breath Volume 18:12

0.000Air Blank 18:13

0.000Air Blank 18:15

# 2 0.203Subject Sample 18:15

2.796Breath Volume 18:15

0.000Air Blank 18:16

0.077Control Test 18:16

0.000Air Blank 18:17

OKDiagnostics Check 18:17

Data Download Date/Time: 11/12/2017 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:44:4211/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:42

Sumter County SO

RAFFERTY,CHRIS

09/05/2018

20016080A3

Sumter County SO

LEWIS,JARROD,W

GLASS

10/26/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:38

0.000Air Blank 18:38

0.078Control Test 18:39

0.000Air Blank 18:39

# 1 0.187Subject Sample 18:40

2.214Breath Volume 18:40

0.000Air Blank 18:40

0.000Air Blank 18:42

# 2 0.179Subject Sample 18:43

2.171Breath Volume 18:43

0.000Air Blank 18:43

0.078Control Test 18:44

0.000Air Blank 18:44

OKDiagnostics Check 18:44

Data Download Date/Time: 11/12/2017 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:4011/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

22:45

Sumter County SO

ORTIZ,BILLY

09/05/2018

20016080A3

FHP Troop C

LEWIS,JARROD,W

DELPH

10/26/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.078Control Test 23:53

0.000Air Blank 23:54

# 1 0.162Subject Sample 23:54

2.824Breath Volume 23:54

Air Blank 23:55 RFI Detect

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 11/12/2017 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:2611/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

22:45

Sumter County SO

ORTIZ,BILLY

09/05/2018

20016080A3

FHP Troop C

LEWIS,JARROD,W

LEWIS

10/26/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.078Control Test 00:01

0.000Air Blank 00:01

# 1 0.158Subject Sample 00:02

1.886Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.158Subject Sample 00:05

1.777Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 11/12/2017 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:4011/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:00

Sumter County SO

CIULLA,JOSH

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

WILLINGS

10/26/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.078Control Test 23:06

0.000Air Blank 23:07

# 1 0.212Subject Sample 23:09

1.218Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:11

# 2Subject Sample 23:12 Slope Not Met

1.171Breath Volume 23:12

0.000Air Blank 23:13

0.076Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 11/12/2017 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:2711/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:00

Sumter County SO

CIULLA,J

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

WILLINGS

10/26/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.077Control Test 23:17

0.000Air Blank 23:17

# 1 0.179Subject Sample 23:19

1.566Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.172Subject Sample 23:24

1.390Breath Volume 23:24

0.000Air Blank 23:25

0.075Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 11/12/2017 13:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:5611/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:13

Sumter County SO

ROSS,CALEB

09/05/2018

20016080A3

Sumter County SO

JOHNSON,BRENDA,R

SIPPLE

10/26/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:58

# 2 0.229Subject Sample 23:59

2.433Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:01

# 1 0.223Subject Sample 00:02

1.781Breath Volume 00:02

0.000Air Blank 00:02

0.076Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 11/12/2017 13:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1411/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:10

Sumter County SO

OSTROM,JOSEPH

09/05/2018

20016080A3

Wildwood PD

JOHNSON,BRENDA,R

DARLING

10/26/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.078Control Test 01:24

0.000Air Blank 01:25

# 1Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.077Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 11/12/2017 13:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:03:2911/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:30

07:32

Sumter County SO

TRANSUE,MICHAEL

09/05/2018

20016080A3

FHP Troop C

GEOGHEGAN,ASHLEY,M

ENDRES

11/12/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:55

0.000Air Blank 08:56

0.077Control Test 08:56

0.000Air Blank 08:56

# 1 0.245Subject Sample 08:57

1.730Breath Volume 08:57

0.000Air Blank 08:58

0.000Air Blank 09:00

# 2 0.233Subject Sample 09:01

2.585Breath Volume 09:01

0.000Air Blank 09:02

0.077Control Test 09:02

0.000Air Blank 09:03

OKDiagnostics Check 09:03

Data Download Date/Time: 12/20/2017 11:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:0511/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:47

17:48

CCA Citrus

LAIRD,A

11/05/2018

26316080A2

FFWCC (Ocala)

SCHOETTNER,ADRIAN,J

FERGUSON

10/18/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:22

0.000Air Blank 19:22

0.079Control Test 19:23

0.000Air Blank 19:23

# 1 0.000Subject Sample 19:25

1.671Breath Volume 19:25

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2 0.000Subject Sample 19:28

1.222Breath Volume 19:28

0.000Air Blank 19:29

0.078Control Test 19:29

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 11/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:1511/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

14:27

CCA Citrus

SUDLOW,JAMES

11/05/2018

26316080A2

Citrus County SO

WING,JOSHUA,M

MCCAIG

10/18/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:41

0.000Air Blank 15:41

0.079Control Test 15:42

0.000Air Blank 15:42

# 1Subject Sample 15:42 Subject Test Refused

0.000Breath Volume 15:42

0.000Air Blank 15:43

0.078Control Test 15:43

0.000Air Blank 15:44

OKDiagnostics Check 15:44

Data Download Date/Time: 11/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:4711/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:00

CCA Citrus

KJEKSTAD,E

11/05/2018

26316080A2

FHP Troop C

SCHOETTNER,ADRIAN,J

MERZ

10/18/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1 0.310Subject Sample 01:27

2.523Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.323Subject Sample 01:31

2.957Breath Volume 01:31

0.000Air Blank 01:31

0.078Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 11/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:0811/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:32

CCA Citrus

LAKATIS,DEP

11/05/2018

26316080A2

Citrus County SO

FLOYD,DANIEL,Z

SMITH

10/18/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.079Control Test 22:30

0.000Air Blank 22:31

# 1Subject Sample 22:34 No Sample Provided

0.000Breath Volume 22:34

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2Subject Sample 22:39 No Sample Provided

0.000Breath Volume 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 11/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:4311/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

18:12

CCA Citrus

KJEKSTAD,ERIC

11/05/2018

26316080A2

FHP Troop C

FLOYD,DANIEL,Z

PAGE

11/15/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:14

0.000Air Blank 20:15

0.080Control Test 20:15

0.000Air Blank 20:15

# 1 0.113Subject Sample 20:17

2.687Breath Volume 20:17

0.000Air Blank 20:17

0.000Air Blank 20:19

# 2 0.109Subject Sample 20:20

1.996Breath Volume 20:20

0.000Air Blank 20:20

0.080Control Test 20:21

0.000Air Blank 20:21

OKDiagnostics Check 20:21

Data Download Date/Time: 12/13/2017 06:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:3211/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:50

CCA Citrus

HORTON,DEP

11/05/2018

26316080A2

Citrus County SO

FLOYD,DANIEL,Z

SOELCH

11/15/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.080Control Test 20:01

0.000Air Blank 20:02

# 1Subject Sample 20:05 No Sample Provided

0.000Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2Subject Sample 20:11 No Sample Provided

0.000Breath Volume 20:11

0.000Air Blank 20:11

0.081Control Test 20:11

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 12/13/2017 06:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:0211/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:30

CCA Citrus

KJEKSTAD,DEP

11/15/2017

26316080A2

FHP Troop C

FLOYD,DANIEL,Z

SWINBURNSON

11/15/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.080Control Test 22:13

0.000Air Blank 22:13

# 1 0.153Subject Sample 22:14

1.906Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.158Subject Sample 22:18

2.656Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:20

Data Download Date/Time: 12/13/2017 06:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:3611/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:00

CCA Citrus

KJEKSTAD,E

06/05/2017

13115080A1

FHP Troop C

SCHOETTNER,ADRIAN,J

CRANDALL

11/15/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:49

# 1 0.215Subject Sample 22:52

1.816Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.227Subject Sample 22:57 Volume Not Met

0.000Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 3 0.230Subject Sample 23:01

1.816Breath Volume 23:01

0.000Air Blank 23:01

0.077Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 12/13/2017 06:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:05:3511/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:35

13:50

CCA Citrus

SUDLOW,JIMMY

11/05/2018

26316080A2

Citrus County SO

WING,JOSHUA,M

EDERER JR.

11/15/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:55

0.000Air Blank 14:55

0.080Control Test 14:56

0.000Air Blank 14:56

# 1 0.265Subject Sample 14:57

1.652Breath Volume 14:57

0.000Air Blank 14:58

0.000Air Blank 14:59

# 2 0.287Subject Sample 15:00

2.234Breath Volume 15:00

0.000Air Blank 15:01

0.000Air Blank 15:03

# 3 0.275Subject Sample 15:03

2.281Breath Volume 15:03

0.000Air Blank 15:04

0.078Control Test 15:04

0.000Air Blank 15:05

OKDiagnostics Check 15:05

Data Download Date/Time: 12/13/2017 06:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:34:2911/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:08

11:08

CCA Citrus

CITRUS,TRANSIT

11/05/2018

13115080A1

CCA Citrus

METZ],KYLE,J

LAW

11/15/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:28

0.000Air Blank 11:29

0.081Control Test 11:29

0.000Air Blank 11:29

# 1 0.000Subject Sample 11:30

1.957Breath Volume 11:30

0.000Air Blank 11:30

0.000Air Blank 11:32

# 2 0.000Subject Sample 11:33

1.785Breath Volume 11:33

0.000Air Blank 11:33

0.081Control Test 11:33

0.000Air Blank 11:34

OKDiagnostics Check 11:34

Data Download Date/Time: 12/13/2017 06:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2811/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:53

Astatula PD

ROMAN,DANIEL

02/05/2019

34416080A2

Lake County SO

CALHOUN,JOHN,A

MCBRIDE

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:32

# 1Subject Sample 01:33 Subject Test Refused

0.000Breath Volume 01:33

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 12/09/2017 02:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0611/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:53

Lake County SO

CORMAN,GERALD

02/05/2019

34416080A2

Lake County SO

CORMA,GERLAD,E

LYMORE

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.079Control Test 02:50

0.000Air Blank 02:50

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 12/09/2017 02:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:4311/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:37

Groveland PD

CHRISTIE,KEVIN

02/05/2019

34416080A2

Groveland PD

RIGDON,JOHN,K

CARRASCO

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:28

0.000Air Blank 19:29

0.080Control Test 19:29

0.000Air Blank 19:29

# 1 0.249Subject Sample 19:33 Volume Not Met

0.218Breath Volume 19:33

0.000Air Blank 19:33

0.000Air Blank 19:35

# 2 0.267Subject Sample 19:35

2.019Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:38

# 3 0.260Subject Sample 19:39

1.375Breath Volume 19:39

0.000Air Blank 19:39

0.079Control Test 19:40

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 12/09/2017 02:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:2311/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

11:10

Clermont PD

BELL,ETHAN

02/05/2019

34416080A2

Clermont PD

BELL,ETHAN,C

SMITH

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:40

0.000Air Blank 17:40

0.080Control Test 17:41

0.000Air Blank 17:41

# 1 0.000Subject Sample 17:42

1.660Breath Volume 17:42

0.000Air Blank 17:42

0.000Air Blank 17:44

# 2 0.000Subject Sample 17:45

1.816Breath Volume 17:45

0.000Air Blank 17:45

0.080Control Test 17:45

0.000Air Blank 17:46

OKDiagnostics Check 17:46

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1011/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:02

Lake County SO

CORMAN,GERALD

02/05/2019

34416080A2

Lake County SO

PITCHER,DARRYL,P

GAETA

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

# 1 0.160Subject Sample 01:33

1.800Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.158Subject Sample 01:36

1.531Breath Volume 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2511/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

00:40

Eustis PD

KOUROUMOUSIS,GEORGE

02/05/2019

34416080A2

Eustis PD

KOUROUMOUSIS,GEORGE,T

GOOD

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:04

# 1Subject Sample 03:05 Subject Test Refused

0.000Breath Volume 03:05

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:49:3111/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:22

13:50

Lake County SO

HELMS,C

02/05/2019

34416080A2

FHP Troop D

CORMAN,GERALD,E

MONSERRATE

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:42

0.000Air Blank 14:43

0.080Control Test 14:43

0.000Air Blank 14:43

# 1 0.115Subject Sample 14:44

1.507Breath Volume 14:44

0.000Air Blank 14:45

0.000Air Blank 14:47

# 2 0.112Subject Sample 14:48

1.445Breath Volume 14:48

0.000Air Blank 14:48

0.081Control Test 14:48

0.000Air Blank 14:49

OKDiagnostics Check 14:49

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:3811/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:47

FHP Troop D

ALIJAGIC,SAMIR

02/05/2019

34416080A2

FHP Troop D

ALIJAGIC,SAMIR,

PARROW

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

# 1 0.167Subject Sample 23:23

2.718Breath Volume 23:23

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.178Subject Sample 23:26

2.773Breath Volume 23:26

0.000Air Blank 23:26

0.079Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2411/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:28

Lake County SO

DOLEN,RICHARD

02/05/2019

34416080A2

Lake County SO

PITCHER,DARRYL,P

CARR

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:04

# 1Subject Sample 04:05 Subject Test Refused

0.000Breath Volume 04:05

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4811/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:13

Astatula PD

ANDERSON,NEAL

02/05/2019

34416080A2

Mount Dora PD

CALHOUN,JOHN,A

TOMAZ-RAMIREZ

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:15

# 1 0.265Subject Sample 02:17

3.355Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.267Subject Sample 02:20

3.503Breath Volume 02:20

0.000Air Blank 02:20

0.078Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:0211/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:52

Lady Lake PD

BARRETT,SHANE

02/05/2019

34416080A2

Lady Lake PD

BARRETT,SHANE,M

OBANNON

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.080Control Test 01:49

0.000Air Blank 01:49

# 1 0.302Subject Sample 01:50

1.660Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.282Subject Sample 01:53

1.718Breath Volume 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:55

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:07:4711/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

10:42

FHP Troop D

RITTER,ALEC

02/05/2019

34416080A2

FHP Troop D

RITTER,ALEC,D

SCHLUTOW

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:00

0.000Air Blank 12:01

0.079Control Test 12:01

0.000Air Blank 12:01

# 1 0.193Subject Sample 12:03

2.355Breath Volume 12:03

0.000Air Blank 12:03

0.000Air Blank 12:05

# 2 0.174Subject Sample 12:06

1.429Breath Volume 12:06

0.000Air Blank 12:06

0.080Control Test 12:07

0.000Air Blank 12:07

OKDiagnostics Check 12:07

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:0711/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:24

Lake County SO

CORMAN,GERALD

02/05/2019

34416080A2

Lake County SO

CORMAN,GERALD,E

ESAREY

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.079Control Test 01:11

0.000Air Blank 01:12

# 1Subject Sample 01:12 Subject Test Refused

0.000Breath Volume 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:3511/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:57

Lake County SO

PITCHER,D

02/05/2019

34416080A2

Lake County SO

CHESSHER,SANDRA,W

SHERMAN

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:03

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:04

# 1 0.097Subject Sample 21:05

1.511Breath Volume 21:05

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.096Subject Sample 21:08

1.445Breath Volume 21:08

0.000Air Blank 21:08

0.080Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:0911/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

22:04

Lady Lake PD

BARRETT,SHANE

02/05/2019

34416080A2

Lady Lake PD

BARRETT,SHANE,M

SLOCUM

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:56

# 1 0.200Subject Sample 22:57

2.863Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.197Subject Sample 23:00

3.625Breath Volume 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:1311/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:22

Lake County SO

CHESSHER,SANDRA

02/05/2019

34416080A2

Lake County SO

CHESSHER,SANDRA,W

THOMPSON

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:14

# 1 0.130Subject Sample 00:17

1.546Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.133Subject Sample 00:20

1.574Breath Volume 00:20

0.000Air Blank 00:21

0.081Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3811/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:32

Astatula PD

VARGAS,NELSON

02/05/2019

34416080A2

Lady Lake PD

CALHOUN,JOHN,A

STEWART

11/03/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:25

# 1 0.224Subject Sample 00:28

1.589Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.223Subject Sample 00:31

2.609Breath Volume 00:31

0.000Air Blank 00:31

0.079Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 12/09/2017 02:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:3711/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:12

Clermont PD

DUBI,UZIEL

11/05/2017

1766638

Clermont PD

BELL,ETHAN,C

ROMERO

10/25/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.077Control Test 00:06

0.000Air Blank 00:06

# 1 0.273Subject Sample 00:07

1.667Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.309Subject Sample 00:09

1.714Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:12

# 3 0.280Subject Sample 00:13

1.699Breath Volume 00:13

0.000Air Blank 00:13

0.074Control Test 00:14 Control Outside Tolerance

0.000Air Blank 00:14

Data Download Date/Time: 11/03/2017 21:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:2011/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:12

Clermont PD

DUBI,UZIEL

11/05/2017

1766638

Clermont PD

BELL,ETHAN,C

ROMERO

10/25/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.075Control Test 00:16

0.000Air Blank 00:17

# 1 0.288Subject Sample 00:18

2.394Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:20

# 2 0.272Subject Sample 00:21

2.859Breath Volume 00:21

0.000Air Blank 00:22

0.070Control Test 00:22 Control Outside Tolerance

0.000Air Blank 00:23

Data Download Date/Time: 11/03/2017 21:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:2611/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:12

Clermont PD

DUBI,UZIEL

11/05/2017

1766638

Clermont PD

BELL,ETHAN,C

ROMERO

10/25/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.076Control Test 00:33

0.000Air Blank 00:34

# 1 0.272Subject Sample 00:36

2.730Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.249Subject Sample 00:40

1.468Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 3 0.260Subject Sample 00:43

2.125Breath Volume 00:43

0.000Air Blank 00:44

0.077Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 11/03/2017 21:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:0911/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:25

18:21

Lake County SO

PRINGLE,AUSTIN

02/05/2019

34416080A2

Lake County SO

RODRIGUEZ,JOSE,M

WOODLEY

11/03/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:06

0.000Air Blank 19:07

0.080Control Test 19:07

0.000Air Blank 19:08

# 1 0.109Subject Sample 19:08

2.242Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:10

# 2 0.106Subject Sample 19:11

1.406Breath Volume 19:11

0.000Air Blank 19:11

0.079Control Test 19:12

Air Blank 19:12 RFI Detect

0.000Air Blank 19:13

Data Download Date/Time: 12/09/2017 03:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:1311/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:57

Clermont PD

BELL,ETHAN

02/05/2019

34416080A2

Clermont PD

BELL,ETHAN,C

ORTIZ CRUZ

11/03/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

# 1 0.152Subject Sample 03:13

2.535Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.145Subject Sample 03:16

1.980Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 12/09/2017 03:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:5511/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:32

Lake County SO

HUGHES,THOMAS

02/05/2019

34416080A2

Groveland PD

PITCHER,DARRYL,P

TAYLOR

11/03/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

# 1 0.135Subject Sample 21:28

1.359Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.133Subject Sample 21:32

1.652Breath Volume 21:32

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 12/09/2017 03:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1911/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:53

Lake County SO

PRINGLE,AUSTIN

02/05/2019

34416080A2

Lake County SO

PITCHER,DARRYL,P

RODRIGUEZ ROSARIO

11/03/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

# 1 0.133Subject Sample 02:40

2.402Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.132Subject Sample 02:43

2.167Breath Volume 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 12/09/2017 03:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3911/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:23

Lake County SO

SILVERIO,ALVIN

02/05/2019

34416080A2

Mascotte PD

RODRIGUEZ,JOSE,M

SMALLEY

11/03/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.079Control Test 23:59

0.000Air Blank 23:59

# 1 0.255Subject Sample 00:00 No .020 agreement

2.292Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.231Subject Sample 00:03 No .020 agreement

1.542Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:05

# 3 0.226Subject Sample 00:08 Volume Not Met

0.191Breath Volume 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 12/09/2017 03:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:48:0211/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:20

07:19

Lake County SO

BINDER,BRONSON

02/05/2019

34416080A2

Lake County SO

BINDER,BRONSON,M

SETTE

11/03/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:41

0.000Air Blank 07:41

0.079Control Test 07:42

0.000Air Blank 07:42

# 1 0.239Subject Sample 07:43

1.140Breath Volume 07:43

0.000Air Blank 07:43

0.000Air Blank 07:45

# 2 0.246Subject Sample 07:46

1.582Breath Volume 07:46

0.000Air Blank 07:47

0.077Control Test 07:47

0.000Air Blank 07:47

OKDiagnostics Check 07:48

Data Download Date/Time: 12/09/2017 03:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:5711/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:42

Leesburg PD

STEVENS,JEREMY

02/05/2018

01316080A2

Leesburg PD

HEZLEP,DANIEL,R

HEZLEP

11/26/2017

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.080Control Test 19:38

0.000Air Blank 19:38

# 1 0.223Subject Sample 19:41

1.691Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.187Subject Sample 19:47 Volume Not Met

0.097Breath Volume 19:47

0.000Air Blank 19:47

0.000Air Blank 19:49

# 3Subject Sample 19:52 Subject Test Refused

0.054Breath Volume 19:52

0.000Air Blank 19:53

0.079Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 11/30/2017 19:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:2011/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:46

Mount Dora PD

STARLING,W

10/20/2019

583457

Eustis PD

KEMENY,C,

ZUNIGA

11/27/2017

8100.27

MOUNT DORA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

# 1 0.241Subject Sample 23:47

3.136Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:49

# 2 0.242Subject Sample 23:50

3.609Breath Volume 23:50

0.000Air Blank 23:51

0.077Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 12/23/2017 08:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:5111/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:03

Hillsborough Co SO

SIMPKINS,D

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

MAYI REYES

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

# 1 0.085Subject Sample 00:04

1.367Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.082Subject Sample 00:07

1.410Breath Volume 00:07

0.000Air Blank 00:07

0.080Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 11/21/2017 14:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1211/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:32

Hillsborough Co SO

BARLAUG,G

03/05/2019

03417080A1

Tampa PD

DAIL,JULIE,A

MADSEN

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.082Control Test 02:18

0.000Air Blank 02:18

# 1 0.078Subject Sample 02:19

2.730Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.085Subject Sample 02:22

3.117Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 11/21/2017 14:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:3711/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:50

Hillsborough Co SO

HOBSON,D

03/05/2019

03417080A1

U of So FL Campus PD

ARUNDALE,BRITTANY,T

MEKKI

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

# 1 0.143Subject Sample 03:49

2.089Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.152Subject Sample 03:53

3.394Breath Volume 03:53

0.000Air Blank 03:53

0.079Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 11/21/2017 14:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:24:5011/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:57

11:05

Hillsborough Co SO

NASH,E

03/05/2019

03417080A1

Hillsborough Co SO

SNYDER,MELONIE,E

PAUL

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:18

0.000Air Blank 12:18

0.079Control Test 12:19

0.000Air Blank 12:19

# 1 0.090Subject Sample 12:20

3.652Breath Volume 12:20

0.000Air Blank 12:20

0.000Air Blank 12:22

# 2 0.088Subject Sample 12:23

3.082Breath Volume 12:23

0.000Air Blank 12:23

0.079Control Test 12:24

0.000Air Blank 12:24

OKDiagnostics Check 12:24

Data Download Date/Time: 11/21/2017 14:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:1111/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:15

Hillsborough Co SO

BLANCHARD,J

03/05/2019

03417080A1

Tampa PD

MCMINN,KATHY,

TEASLEY

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.079Control Test 04:59

0.000Air Blank 04:59

# 1 0.107Subject Sample 05:00

2.539Breath Volume 05:00

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.105Subject Sample 05:03

1.390Breath Volume 05:03

0.000Air Blank 05:04

0.079Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 11/21/2017 14:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1011/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:12

Hillsborough Co SO

VISSER,A

03/05/2019

03417080A1

Tampa PD

TRIMBLE,TERESA,

OLIVE

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

# 1 0.149Subject Sample 23:53

2.679Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.143Subject Sample 23:56

2.117Breath Volume 23:56

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 11/21/2017 14:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:0811/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:05

Hillsborough Co SO

BLANCHARD,J

03/05/2019

03417080A1

Tampa PD

TORRES,JENIFER,

GILLETTE

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 03:59

# 1 0.183Subject Sample 04:00

3.343Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.191Subject Sample 04:03

2.687Breath Volume 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 11/21/2017 14:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4411/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:10

Hillsborough Co SO

GONZALEZ,J

03/05/2019

03417080A1

Tampa PD

HOLLAND,CHARLEENE,N

MACEDONIO

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

# 1Subject Sample 03:20 No Sample Provided

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2Subject Sample 03:26 No Sample Provided

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.079Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 11/21/2017 14:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:46:0511/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:19

11:37

Hillsborough Co SO

SHERMAN,B

03/05/2019

03417080A1

Hillsborough Co SO

SNYDER,MELONIE,E

SMELSER

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:39

0.000Air Blank 12:40

0.080Control Test 12:40

0.000Air Blank 12:41

# 1 0.000Subject Sample 12:41

1.285Breath Volume 12:41

0.000Air Blank 12:42

0.000Air Blank 12:44

# 2 0.000Subject Sample 12:44

1.785Breath Volume 12:44

0.000Air Blank 12:45

0.080Control Test 12:45

0.000Air Blank 12:46

OKDiagnostics Check 12:46

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:2611/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:06

Hillsborough Co SO

ORNDORFF,W

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

RIANO GARCIA

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.100Subject Sample 03:00

2.332Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.090Subject Sample 03:03

2.660Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:5711/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:23

Hillsborough Co SO

COSTA,A

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

GENEREUX

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:25:2111/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:54

06:20

Hillsborough Co SO

4C04,HERD

03/05/2019

03417080A1

Hillsborough Co SO

SMITH,REBECCA,J

SIERRA

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:16

0.000Air Blank 07:17

0.079Control Test 07:17

0.000Air Blank 07:18

# 1 0.000Subject Sample 07:21

1.390Breath Volume 07:21

0.000Air Blank 07:21

0.000Air Blank 07:23

# 2 0.000Subject Sample 07:24

1.332Breath Volume 07:24

0.000Air Blank 07:24

0.078Control Test 07:24

0.000Air Blank 07:25

OKDiagnostics Check 07:25

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:0911/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:47

18:18

Hillsborough Co SO

BARNWELL,T.M.

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

HARTLEY

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:08

0.079Control Test 19:08

0.000Air Blank 19:09

# 1 0.000Subject Sample 19:09

2.289Breath Volume 19:09

0.000Air Blank 19:10

0.000Air Blank 19:12

# 2 0.000Subject Sample 19:12

2.304Breath Volume 19:12

0.000Air Blank 19:13

0.079Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:1211/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:48

Hillsborough Co SO

BARFIELD-CRAIG,C

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

CARDILLO

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

# 1 0.233Subject Sample 23:01

1.730Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.227Subject Sample 23:04

1.375Breath Volume 23:04

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0911/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:35

Hillsborough Co SO

PECYLAK,M

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

LANDRUM

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.079Control Test 03:18

0.000Air Blank 03:18

# 1 0.243Subject Sample 03:19

2.207Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.247Subject Sample 03:22

2.371Breath Volume 03:22

0.000Air Blank 03:23

0.078Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:1111/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:07

Hillsborough Co SO

MACIAS,A

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

KLOTSCH JR

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

# 1Subject Sample 00:13 Subject Test Refused

0.000Breath Volume 00:13

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:4611/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:20

Hillsborough Co SO

BRONSON,R

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

CANTHA-NONTHE

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.079Control Test 04:23

0.000Air Blank 04:23

# 1 0.151Subject Sample 04:25

1.578Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.154Subject Sample 04:29

1.714Breath Volume 04:29

0.000Air Blank 04:29

0.078Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:0211/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:41

Hillsborough Co SO

BRENNAN,D

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

SERRATO

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

# 1 0.187Subject Sample 02:11

1.683Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.207Subject Sample 02:15

3.148Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:17

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:3611/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:28

Hillsborough Co SO

COSTA,A

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

WEINGARDT

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:26

# 1 0.166Subject Sample 21:27

1.761Breath Volume 21:27

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.162Subject Sample 21:30

1.222Breath Volume 21:30

0.000Air Blank 21:30

0.078Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:3811/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:41

Hillsborough Co SO

SINANI,A

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

SAEZ

10/04/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.079Control Test 05:32

0.000Air Blank 05:32

# 1 0.132Subject Sample 05:33

3.191Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.138Subject Sample 05:36

3.570Breath Volume 05:36

0.000Air Blank 05:36

0.078Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 11/21/2017 14:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:0011/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:39

Stuart PD

PECCI,Z

04/05/2018

06616080A2

Stuart PD

PECCI,Z,A

NAVARRO

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.076Control Test 02:17

0.000Air Blank 02:17

# 1 0.104Subject Sample 02:18

2.796Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.105Subject Sample 02:21

3.113Breath Volume 02:21

0.000Air Blank 02:22

0.076Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:23

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:2611/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

23:12

Stuart PD

PECCI,Z

04/05/2018

06616080A2

Stuart PD

PECCI,Z,A

GORDON

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.076Control Test 23:58

0.000Air Blank 23:59

# 2 0.046Subject Sample 23:59

3.351Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.046Subject Sample 00:02

2.191Breath Volume 00:02

0.000Air Blank 00:03

0.076Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:1211/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:15

FHP Troop L

GENTRY,JOSHUA

04/05/2018

06616080A2

FHP Troop L

GENTRY,JOSHUA,J

STUHR

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.075Control Test 00:22

0.000Air Blank 00:23

# 1 0.178Subject Sample 00:24

1.597Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:26

# 2 0.188Subject Sample 00:27

3.000Breath Volume 00:27

0.000Air Blank 00:28

0.076Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:24:4411/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

07:53

Martin County SO

MCDONALD,THOMAS

04/05/2018

06616080A2

Martin County SO

MCDONALD,THOMAS,C

DE LEON

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:17

0.000Air Blank 08:17

0.076Control Test 08:18

0.000Air Blank 08:18

# 1 0.203Subject Sample 08:19

2.734Breath Volume 08:19

0.000Air Blank 08:20

0.000Air Blank 08:22

# 2 0.200Subject Sample 08:23

3.175Breath Volume 08:23

0.000Air Blank 08:23

0.075Control Test 08:24

0.000Air Blank 08:24

OKDiagnostics Check 08:24

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5111/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:54

Stuart PD

PECCI,Z

04/05/2018

06616080A2

Stuart PD

PECCI,Z,A

BOVA

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.076Control Test 02:29

0.000Air Blank 02:29

# 1 0.176Subject Sample 02:30

1.773Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.170Subject Sample 02:34

1.511Breath Volume 02:34

0.000Air Blank 02:34

0.075Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:4111/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:55

Martin County SO

BLASZYK,JACOB

04/05/2018

06616080A2

Martin County SO

BLASZYK,JACOB,A

AMOR

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.077Control Test 22:46

0.000Air Blank 22:47

# 1 0.157Subject Sample 22:48

3.683Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.142Subject Sample 22:51

1.839Breath Volume 22:51

0.000Air Blank 22:51

0.075Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:2011/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

16:30

Stuart PD

RUEDIGER,CHRISTOPHER

04/05/2018

06616080A2

Stuart PD

RUEDIGER,CHRISTOPHER,L

EMERSON

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:26

0.000Air Blank 19:26

0.076Control Test 19:26

0.000Air Blank 19:27

# 1 0.181Subject Sample 19:27

3.277Breath Volume 19:27

0.000Air Blank 19:28

0.000Air Blank 19:30

# 2 0.162Subject Sample 19:30

3.757Breath Volume 19:30

0.000Air Blank 19:31

0.075Control Test 19:31

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:1111/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:05

Martin County SO

BELLAS,DILLON

04/05/2018

06616080A2

Martin County SO

BELLAS,DILLON,A

GEISLER

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.076Control Test 00:48

0.000Air Blank 00:49

# 1 0.000Subject Sample 00:49

2.144Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.000Subject Sample 00:52

2.050Breath Volume 00:52

0.000Air Blank 00:53

0.077Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:0911/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:35

Martin County SO

BELLAS,DILLON

04/05/2018

06616080A2

Martin County SO

BELLAS,DILLON,A

MARCOS-DOMINGO

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.077Control Test 03:22

0.000Air Blank 03:23

# 1 0.188Subject Sample 03:24

2.332Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.184Subject Sample 03:27

1.281Breath Volume 03:27

0.000Air Blank 03:28

0.075Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:3111/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

20:04

Martin County SO

BELLAS,DILLON

04/05/2018

06616080A2

Martin County SO

BELLAS,DILLON,A

CATHER

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.077Control Test 20:42

0.000Air Blank 20:43

# 1 0.167Subject Sample 20:43

1.140Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.163Subject Sample 20:46

2.312Breath Volume 20:46

0.000Air Blank 20:47

0.076Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:5611/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:09

Martin County SO

BELLAS,DILLON

04/05/2018

06616080A2

Martin County SO

BELLAS,DILLON,A

KEMP

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.077Control Test 23:54

0.000Air Blank 23:54

# 1 0.149Subject Sample 23:55

3.535Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.138Subject Sample 23:58

3.070Breath Volume 23:58

0.000Air Blank 23:59

0.076Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:1511/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:19

Martin County SO

MERRIFIELD,BRIAN

04/05/2018

06616080A2

Martin County SO

MERRIFIELD,BRIAN,E

SLONE

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:13

0.000Air Blank 17:14

0.077Control Test 17:14

0.000Air Blank 17:15

# 1 0.133Subject Sample 17:16

1.511Breath Volume 17:16

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.135Subject Sample 17:19

1.722Breath Volume 17:19

0.000Air Blank 17:20

0.073Control Test 17:20 Control Outside Tolerance

0.000Air Blank 17:21

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:1811/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:24

Stuart PD

PECCI,Z

04/05/2018

06616080A2

Stuart PD

PECCI,Z,A

WORTHINGTON

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.076Control Test 02:08

0.000Air Blank 02:09

# 1 0.124Subject Sample 02:09

1.886Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.119Subject Sample 02:12

1.507Breath Volume 02:12

0.000Air Blank 02:13

0.077Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:2511/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:52

Martin County SO

POLIZZI,CHRISTINE

04/05/2018

06616080A2

Martin County SO

POLIZZI,CHRISTINE,A

SEBASTIAN JIMENEZ

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.076Control Test 04:29

0.000Air Blank 04:29

# 1 0.178Subject Sample 04:30

2.121Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.177Subject Sample 04:33

1.363Breath Volume 04:33

0.000Air Blank 04:34

0.073Control Test 04:34 Control Outside Tolerance

0.000Air Blank 04:35

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:55:3511/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:28

17:14

Stuart PD

HEITFELD,CHRISTOPHER

04/05/2018

06616080A2

Stuart PD

HEITFELD,CHRISTOPHER,J

RODRIGUEZ

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:49

0.000Air Blank 17:49

0.077Control Test 17:49

0.000Air Blank 17:50

# 1 0.310Subject Sample 17:50

3.031Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:53

# 2 0.318Subject Sample 17:53

3.093Breath Volume 17:53

0.000Air Blank 17:54

0.074Control Test 17:54 Control Outside Tolerance

0.000Air Blank 17:55

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:3311/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:49

Martin County SO

POLIZZI,CHRISTINE

04/05/2018

06616080A2

Martin County SO

POLIZZI,CHRISTINE,A

ZALEZ

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.077Control Test 23:41

0.000Air Blank 23:42

# 1 0.015Subject Sample 23:45 Volume Not Met

1.000Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.013Subject Sample 23:49

1.113Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:51

# 3 0.011Subject Sample 23:55 Volume Not Met

0.101Breath Volume 23:55

0.000Air Blank 23:55

0.075Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:5211/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:47

Martin County SO

BLASZYK,JACOB

04/05/2018

06616080A2

Martin County SO

BLASZYK,JACOB,A

DOHERTY

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.076Control Test 21:34

0.000Air Blank 21:34

# 1 0.192Subject Sample 21:37 Volume Not Met

0.718Breath Volume 21:37

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.206Subject Sample 21:41

1.285Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:44

# 3 0.200Subject Sample 21:47

1.464Breath Volume 21:47

0.000Air Blank 21:47

0.075Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:5111/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

01:06

Martin County SO

BLASZYK,JACOB

04/05/2018

06616080A2

Martin County SO

BLASZYK,JACOB,A

MEER

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.076Control Test 01:44

0.000Air Blank 01:45

# 1 0.151Subject Sample 01:46

2.042Breath Volume 01:46

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.147Subject Sample 01:49

1.351Breath Volume 01:49

0.000Air Blank 01:49

0.076Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:3311/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:52

Stuart PD

PECCI,Z

04/05/2018

06616080A2

Stuart PD

PECCI,Z,A

BORDAS

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:19

0.000Air Blank 23:20

0.077Control Test 23:20

0.000Air Blank 23:20

# 1 0.096Subject Sample 23:21

1.953Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:23

# 2 0.099Subject Sample 23:24

2.171Breath Volume 23:24

0.000Air Blank 23:25

0.077Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:2711/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:31

Stuart PD

HOLMES,DARIUS

04/05/2018

06616080A2

Stuart PD

PECCI,Z,A

SMITH

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.077Control Test 00:24

0.000Air Blank 00:24

# 1 0.062Subject Sample 00:25

3.406Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.060Subject Sample 00:28

2.242Breath Volume 00:28

0.000Air Blank 00:29

0.075Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:4111/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:41

Martin County SO

POLIZZI,CHRISTINE

04/05/2018

06616080A2

Martin County SO

POLIZZI,CHRISTINE,A

TITUS

11/09/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:28

0.000Air Blank 05:28

0.076Control Test 05:29

0.000Air Blank 05:29

# 1 0.189Subject Sample 05:30

2.007Breath Volume 05:30

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.184Subject Sample 05:33

2.007Breath Volume 05:33

0.000Air Blank 05:33

0.076Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 12/07/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:2411/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:21

Martin County SO

POLIZZI,CHRISTINE

12/05/2017

31715080A3

Martin County SO

LAND,MARILYN,S

LAND

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.078Control Test 03:17

0.000Air Blank 03:18

# 1 0.132Subject Sample 03:18

1.839Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.125Subject Sample 03:21

2.515Breath Volume 03:21

0.000Air Blank 03:22

0.077Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1811/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:10

Stuart PD

ANGERVIL,CLAUDY

12/05/2017

31715080A3

Stuart PD

ANGERVIL,CLAUDY,P

BOWMAN

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:58

# 1 0.011Subject Sample 23:01 Volume Not Met

0.085Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.201Subject Sample 23:04

1.496Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 3 0.180Subject Sample 23:10 Volume Not Met

0.054Breath Volume 23:10

0.000Air Blank 23:11

0.074Control Test 23:11 Control Outside Tolerance

0.000Air Blank 23:12

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:5611/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:10

Stuart PD

ANGERVIL,CLAUDY

12/05/2017

31715080A3

Stuart PD

ANGERVIL,CLAUDY,P

BOWMAN

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.075Control Test 23:15

0.000Air Blank 23:16

# 1 0.199Subject Sample 23:19 Volume Not Met

0.085Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.202Subject Sample 23:23

2.027Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:25

# 3 0.186Subject Sample 23:27

2.363Breath Volume 23:27

0.000Air Blank 23:28

0.072Control Test 23:29 Control Outside Tolerance

0.000Air Blank 23:29

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0111/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:35

Martin County SO

BELLAS,DILLON

12/05/2017

31715080A3

Martin County SO

BELLAS,DILLON,A

AMSDEN

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.077Control Test 01:22

0.000Air Blank 01:22

# 1 0.155Subject Sample 01:23

1.718Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.149Subject Sample 01:26

2.023Breath Volume 01:26

0.000Air Blank 01:27

0.078Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1011/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:22

Stuart PD

GROSE,JORDAN

12/05/2017

31715080A3

Stuart PD

GROSE,JORDAN,S

MONTES

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.077Control Test 02:12

0.000Air Blank 02:12

# 1 0.111Subject Sample 02:13

3.515Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.103Subject Sample 02:16

1.859Breath Volume 02:16

0.000Air Blank 02:17

0.077Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:5911/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:23

17:00

Stuart PD

LEEDHAM,K

12/05/2017

31715080A3

Stuart PD

LEEDHAM,K,

DEMIDUKE

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:43

0.000Air Blank 17:43

0.078Control Test 17:43

0.000Air Blank 17:44

# 1 0.272Subject Sample 17:45

1.574Breath Volume 17:45

0.000Air Blank 17:46

0.000Air Blank 17:47

# 2 0.271Subject Sample 17:48

1.167Breath Volume 17:48

0.000Air Blank 17:49

0.078Control Test 17:49

0.000Air Blank 17:49

OKDiagnostics Check 17:49

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:0511/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:43

Martin County SO

BLASZYK,JACOB

12/05/2017

31715080A3

Martin County SO

BLASZYK,JACOB,A

GARCIA

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:14

0.078Control Test 19:14

0.000Air Blank 19:15

# 1 0.188Subject Sample 19:17

2.132Breath Volume 19:17

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.189Subject Sample 19:20

2.035Breath Volume 19:20

0.000Air Blank 19:21

0.078Control Test 19:21

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3011/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:33

Martin County SO

BLASZYK,JACOB

12/05/2017

31715080A3

Martin County SO

BLASZYK,JACOB,A

TAMBRIZ MAVARIO

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:36

# 1 0.082Subject Sample 03:39 Volume Not Met

0.148Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.084Subject Sample 03:44 Volume Not Met

0.066Breath Volume 03:44

0.000Air Blank 03:45

0.078Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:0311/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:33

Martin County SO

BLASZYK,JACOB

12/05/2017

31715080A3

Martin County SO

BLASZYK,JACOB,A

TAMBRIZ MAVARIO

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.076Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:53 Subject Test Refused

0.062Breath Volume 03:53

0.000Air Blank 03:54

0.077Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:55

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5811/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:56

Martin County SO

POLIZZI,CHRISTINE

12/05/2017

31715080A3

Martin County SO

POLIZZI,CHRISTINE,A

SPELLS

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:29

# 1 0.025Subject Sample 03:29

2.878Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.024Subject Sample 03:32

3.187Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:1411/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:24

Martin County SO

POLIZZI,CHRISTINE

12/05/2017

31715080A3

Martin County SO

POLIZZI,CHRISTINE,A

OKULA

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:22

0.000Air Blank 19:22

0.079Control Test 19:23

0.000Air Blank 19:23

# 1 0.000Subject Sample 19:23

1.851Breath Volume 19:23

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.000Subject Sample 19:26

1.468Breath Volume 19:26

0.000Air Blank 19:27

0.078Control Test 19:27

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5411/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:09

Martin County SO

THOMAS,CHRISTOPHER

12/05/2017

31715080A3

Martin County SO

THOMAS,CHRISTOPHER,L

LEHFELDT

10/17/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

# 1 0.220Subject Sample 03:28

2.312Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.219Subject Sample 03:32

2.074Breath Volume 03:32

0.000Air Blank 03:32

0.078Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 11/09/2017 14:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3111/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:01

Tampa PD

BAILEY,D

03/05/2019

03417080A1

Tampa PD

GRANNIS,RONALD,R

SOTO GOMEZ

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.079Control Test 02:44

0.000Air Blank 02:44

# 1 0.228Subject Sample 02:45

3.808Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:47

# 2 0.226Subject Sample 02:48

3.968Breath Volume 02:48

0.000Air Blank 02:49

0.078Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:05:3111/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:32

12:04

Hillsborough Co SO

ROUTE,K 210966

03/05/2019

03417080A1

Hillsborough Co SO

SKIPPER,ROGER,G

BURNHAM

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:52

0.000Air Blank 12:53

0.079Control Test 12:53

0.000Air Blank 12:54

# 1 0.160Subject Sample 12:57 Volume Not Met

1.046Breath Volume 12:57

0.000Air Blank 12:58

0.000Air Blank 12:59

# 2 0.151Subject Sample 13:00

1.214Breath Volume 13:00

0.000Air Blank 13:01

0.000Air Blank 13:03

# 3 0.145Subject Sample 13:03

1.523Breath Volume 13:03

0.000Air Blank 13:04

0.078Control Test 13:04

0.000Air Blank 13:05

OKDiagnostics Check 13:05

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3711/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

22:59

Hillsborough Co SO

SINANI,A

03/05/2019

03417080A1

Hillsborough Co SO

GRANNIS,RONALD,R

RUIZ

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

# 2 0.190Subject Sample 23:59

1.250Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:01

# 1 0.194Subject Sample 00:02

2.019Breath Volume 00:02

0.000Air Blank 00:03

0.077Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:2211/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:45

Hillsborough Co SO

WASHINGTON,D

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

FERMIN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:52

# 1 0.191Subject Sample 22:53

2.386Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.193Subject Sample 22:56

2.488Breath Volume 22:56

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:1711/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:49

Hillsborough Co SO

GONZALEZ,D

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

MCGLOTHLIN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.079Control Test 22:26

0.000Air Blank 22:26

# 1 0.254Subject Sample 22:27

3.312Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:29

# 2 0.263Subject Sample 22:30

3.113Breath Volume 22:30

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:1711/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:09

Hillsborough Co SO

MACIAS,A

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

DE LA CRUZ CHAVEZ

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

# 1 0.220Subject Sample 02:08 Volume Not Met

0.281Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:10

# 2 0.212Subject Sample 02:13

1.480Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 3 0.201Subject Sample 02:16

1.132Breath Volume 02:16

0.000Air Blank 02:17

0.075Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2311/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:56

Hillsborough Co SO

WASHINGTON,D

03/05/2019

03417080A1

Hillsborough Co SO

GRANNIS,RONALD,R

GANEY

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.079Control Test 23:50

0.000Air Blank 23:51

# 1 0.000Subject Sample 23:52

1.933Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.000Subject Sample 23:54

1.593Breath Volume 23:54

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:3911/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

04:10

Hillsborough Co SO

SINANI,A

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

CHAVEZ VALDEZ

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.081Control Test 05:07

0.000Air Blank 05:08

# 1 0.101Subject Sample 05:11 Volume Not Met

0.777Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:13

# 2 0.090Subject Sample 05:16 Volume Not Met

0.480Breath Volume 05:16

0.000Air Blank 05:17

0.078Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:0811/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:21

Hillsborough Co SO

BAILEY,D

03/05/2019

03417080A1

Tampa PD

MCMINN,KATHY,

HOLSTON

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:11

# 1 0.142Subject Sample 00:12

1.746Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:14

# 2 0.145Subject Sample 00:15

1.937Breath Volume 00:15

0.000Air Blank 00:16

0.078Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:4611/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

04:39

Hillsborough Co SO

HONEYGHON,A

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

CRUZ-MOCTEZUMA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:27

0.080Control Test 05:27

0.000Air Blank 05:28

# 1 0.227Subject Sample 05:28

1.714Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.220Subject Sample 05:31

1.410Breath Volume 05:31

0.000Air Blank 05:32

0.079Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:3011/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

18:50

Hillsborough Co SO

WOLSTENHOLM,A

03/05/2019

03417080A1

FHP Troop C

GRANNIS,RONALD,R

POTOCIK

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.080Control Test 20:17

0.000Air Blank 20:18

# 1 0.134Subject Sample 20:18

2.000Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.135Subject Sample 20:21

2.035Breath Volume 20:21

0.000Air Blank 20:22

0.079Control Test 20:22

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:1211/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:43

Hillsborough Co SO

VAN-TREESE,S

03/05/2019

03417080A1

Tampa PD

HOLLAND,CHARLEENE,N

KAZEK

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

# 1 0.000Subject Sample 23:46

1.273Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.000Subject Sample 23:49

1.546Breath Volume 23:49

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 12/19/2017 19:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:19:1611/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

05:34

Panama City Beach PD

LANCE,CHARLES

05/19/2018

1861309

Panama City Beach PD

LANCE,CHARLES,R

MITCHELL

10/31/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.082Control Test 06:13

0.000Air Blank 06:13

# 1 0.000Subject Sample 06:15

1.261Breath Volume 06:15

0.000Air Blank 06:15

0.000Air Blank 06:17

# 2 0.000Subject Sample 06:17

1.730Breath Volume 06:17

0.000Air Blank 06:18

0.080Control Test 06:18

0.000Air Blank 06:19

OKDiagnostics Check 06:19

Data Download Date/Time: 11/16/2017 12:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:5011/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:30

Panama City Beach PD

DINSE,JAMES

05/19/2018

1861309

Panama City Beach PD

DINSE,JAMES,T

CARTER

10/31/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.082Control Test 23:01

0.000Air Blank 23:01

# 1 0.093Subject Sample 23:04

1.234Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.082Subject Sample 23:09

1.472Breath Volume 23:09

0.000Air Blank 23:09

0.079Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 11/16/2017 12:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0411/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:22

Panama City Beach PD

BROOKS,BLAKE

05/19/2018

1861309

Panama City Beach PD

BROOKS,BLAKE,T

COOPER

10/31/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.081Control Test 02:50

0.000Air Blank 02:50

# 1 0.188Subject Sample 02:51

1.164Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.190Subject Sample 02:54

1.570Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:56

Data Download Date/Time: 11/16/2017 12:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:2811/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:38

Lynn Haven PD

DUTTON,KERRY

05/05/2018

09216080A2

Lynn Haven PD

DUTTON,KERRY,D

EAM

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.077Control Test 03:11

0.000Air Blank 03:12

# 1 0.138Subject Sample 03:12

3.089Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.136Subject Sample 03:16

3.019Breath Volume 03:16

0.000Air Blank 03:16

0.078Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:11:1311/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

07:26

Lynn Haven PD

VANANDA,ALEX

05/05/2018

09216080A2

Lynn Haven PD

HAMILTON,PATRICK,T

HINCH

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:08

0.000Air Blank 08:08

0.078Control Test 08:09

0.000Air Blank 08:09

# 1Subject Sample 08:09 Subject Test Refused

0.000Breath Volume 08:09

0.000Air Blank 08:10

0.078Control Test 08:10

0.000Air Blank 08:11

OKDiagnostics Check 08:11

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:08:5811/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:39

12:10

Lynn Haven PD

GAY,ROBERT

05/05/2018

09216080A2

Springfield PD

HAMILTON,PATRICK,T

HICKS

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 13:01

0.000Air Blank 13:01

0.078Control Test 13:02

0.000Air Blank 13:02

# 1 0.330Subject Sample 13:03

1.226Breath Volume 13:03

0.000Air Blank 13:03

0.000Air Blank 13:05

# 2Subject Sample 13:07 Subject Test Refused

0.015Breath Volume 13:07

0.000Air Blank 13:08

0.077Control Test 13:08

0.000Air Blank 13:08

OKDiagnostics Check 13:08

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:5411/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:26

Panama City PD

BOHRER,MARK

05/05/2018

09216080A2

Panama City PD

KOYN,MATTHEW,S

REYES

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.078Control Test 00:16

0.000Air Blank 00:16

# 1 0.132Subject Sample 00:17

1.617Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:19

# 2 0.143Subject Sample 00:20

3.226Breath Volume 00:20

0.000Air Blank 00:21

0.077Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2611/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:40

Lynn Haven PD

BUSCHMANN,BRIAN

05/05/2018

09216080A2

Lynn Haven PD

BUSCHMANN,BRIAN,S

LEWIS

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.078Control Test 00:23

0.000Air Blank 00:24

# 1Subject Sample 00:25 Subject Test Refused

0.000Breath Volume 00:25

0.000Air Blank 00:25

0.078Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0911/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:04

Lynn Haven PD

SCHUBERT,RICHARD

05/05/2018

09216080A2

Panama City PD

RADCLIFF,MICHAEL,C

JACKSON

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.078Control Test 01:51

0.000Air Blank 01:51

# 1 0.140Subject Sample 01:53

1.980Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.141Subject Sample 01:56

1.863Breath Volume 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2111/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:41

Lynn Haven PD

BOHRER,MARK

05/05/2018

09216080A2

Panama City PD

RADCLIFF,MICHAEL,C

GUILFORD

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.077Control Test 02:09

0.000Air Blank 02:09

# 1 0.182Subject Sample 02:10

3.675Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.180Subject Sample 02:13

1.812Breath Volume 02:13

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2211/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:07

Panama City PD

LOPEZ,ARIANA

05/05/2018

09216080A2

Panama City PD

BLAND,CURTIS,L

FISHER

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.078Control Test 00:53

0.000Air Blank 00:54

# 1 0.201Subject Sample 00:54

2.484Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.187Subject Sample 00:57

4.347Breath Volume 00:57

0.000Air Blank 00:58

0.077Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:2211/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:48

Panama City PD

NEESE,CORBYN

05/05/2018

09216080A2

Panama City PD

BUSCHMANN,BRIAN,S

TERRY

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.078Control Test 20:31

0.000Air Blank 20:32

# 1 0.172Subject Sample 20:35 Volume Not Met

0.156Breath Volume 20:35

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.161Subject Sample 20:40 Volume Not Met

0.441Breath Volume 20:40

0.000Air Blank 20:41

0.078Control Test 20:41

0.000Air Blank 20:42

OKDiagnostics Check 20:42

Data Download Date/Time: 11/30/2017 03:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:2311/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:38

Lynn Haven PD

BIEBERITZ,CHRIS

05/05/2018

09216080A2

Lynn Haven PD

BUSCHMANN,BRIAN,S

KOZMA

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.077Control Test 00:26

0.000Air Blank 00:27

# 1 0.151Subject Sample 00:27

1.820Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.152Subject Sample 00:30

2.121Breath Volume 00:30

0.000Air Blank 00:31

0.077Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 11/30/2017 03:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:2711/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:43

Lynn Haven PD

BUSCHMANN,BRIAN

05/05/2018

09216080A2

Lynn Haven PD

BUSCHMANN,BRIAN,S

NESS

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:23

0.000Air Blank 18:23

0.078Control Test 18:24

0.000Air Blank 18:24

# 1Subject Sample 18:25 Subject Test Refused

0.000Breath Volume 18:25

0.000Air Blank 18:25

0.078Control Test 18:25

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 11/30/2017 03:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:3411/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:57

Lynn Haven PD

BOHRER,M

05/05/2018

09216080A2

Panama City PD

NUSBAUM,K,

BRATCHER

10/18/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.078Control Test 23:27

0.000Air Blank 23:28

# 1 0.147Subject Sample 23:29

1.714Breath Volume 23:29

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.150Subject Sample 23:32

1.265Breath Volume 23:32

0.000Air Blank 23:32

0.077Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 11/30/2017 03:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:59:3511/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:32

09:03

Cape Coral PD

SERWY,C

11/05/2018

26316080A2

Cape Coral PD

AMATO,MARK,P

AMLUXEN

10/18/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:53

0.000Air Blank 09:53

0.082Control Test 09:54

0.000Air Blank 09:54

# 1 0.000Subject Sample 09:55

3.414Breath Volume 09:55

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.000Subject Sample 09:58

3.621Breath Volume 09:58

0.000Air Blank 09:58

0.081Control Test 09:59

0.000Air Blank 09:59

OKDiagnostics Check 09:59

Data Download Date/Time: 11/08/2017 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:5011/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:08

Cape Coral PD

GRAY,DANNY

11/05/2018

26316080A2

Cape Coral PD

GRAY,DANNY,W

MILLER

10/18/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:53

# 1Subject Sample 22:53 Subject Test Refused

0.000Breath Volume 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 11/08/2017 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2511/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:41

Cape Coral PD

GRAY,DANNY

11/05/2018

26316080A2

Cape Coral PD

GRAY,DANNY,W

MCLAUGHLIN

10/18/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1 0.099Subject Sample 01:32

3.664Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.093Subject Sample 01:35

2.621Breath Volume 01:35

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 11/08/2017 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:5611/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:13

Cape Coral PD

JOHNSON,SARAH

11/05/2018

26316080A2

Cape Coral PD

JOHNSON,SARAH,M

KOCH

10/18/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.082Control Test 02:52

0.000Air Blank 02:52

# 1 0.164Subject Sample 02:53

2.242Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:55

# 2 0.157Subject Sample 02:56

1.468Breath Volume 02:56

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 11/08/2017 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:5411/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:18

Cape Coral PD

TOBLER,AMANDA

02/05/2019

34416080A2

Cape Coral PD

TOBLER,AMANDA,R

RIVERA

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

# 1Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 12/15/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3911/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:50

Cape Coral PD

HAMILTON-REYES,COURTNEY

02/05/2019

34416080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

SANCHEZ

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

Air Blank 03:23 RFI Detect

0.000Air Blank 03:23

Data Download Date/Time: 12/15/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:4411/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:50

Cape Coral PD

HAMILTON-REYES,COURTNEY

02/05/2019

34416080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

SANCHEZ

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:29

# 1 0.173Subject Sample 03:30

2.867Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.170Subject Sample 03:33

3.085Breath Volume 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 12/15/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:5211/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:13

15:00

Cape Coral PD

HARRISON,W

02/05/2019

34416080A2

Cape Coral PD

CAUSER,HEATHER,R

JACKSON

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:33

0.000Air Blank 16:33

0.079Control Test 16:34

0.000Air Blank 16:34

# 1Subject Sample 16:35 Subject Test Refused

0.000Breath Volume 16:35

0.000Air Blank 16:35

0.080Control Test 16:36

0.000Air Blank 16:36

OKDiagnostics Check 16:36

Data Download Date/Time: 12/15/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:2411/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:27

Cape Coral PD

RODRIGUEZ,ALFONSO

02/05/2019

34416080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

LIU VALVERDE

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.081Control Test 21:11

0.000Air Blank 21:12

# 1 0.000Subject Sample 21:12

2.632Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.000Subject Sample 21:15

1.171Breath Volume 21:15

0.000Air Blank 21:16

21:16 RFI Detect

Air Blank 21:16 RFI Detect

Data Download Date/Time: 12/15/2017 10:52

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3811/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:07

Cape Coral PD

MILLS,CHARLES

02/05/2019

34416080A2

Cape Coral PD

MILLS,CHARLES,S

HARPER

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.081Control Test 22:03

0.000Air Blank 22:03

# 1 0.096Subject Sample 22:04

2.492Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.092Subject Sample 22:07

1.792Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 12/15/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:1711/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:11

Cape Coral PD

RODRIGUEZ,ALFONSO

02/05/2019

34416080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

CLARK

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.080Control Test 19:55

0.000Air Blank 19:56

# 1 0.166Subject Sample 19:56

1.238Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.160Subject Sample 19:59

1.625Breath Volume 19:59

0.000Air Blank 20:00

0.080Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:3211/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:13

Cape Coral PD

SHIPPY,D

02/05/2019

34416080A2

Cape Coral PD

CAUSER,HEATHER,R

PETTERSON

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.080Control Test 20:04

0.000Air Blank 20:04

# 1 0.103Subject Sample 20:05

1.871Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.107Subject Sample 20:09

1.515Breath Volume 20:09

0.000Air Blank 20:09

0.080Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:2511/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:23

Cape Coral PD

CINTRON,MICHAEL

02/05/2019

34416080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

MIKHITARIAN

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:20

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:1211/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:21

Cape Coral PD

MARTINI,R

02/05/2019

34416080A2

Cape Coral PD

ZARRILLO,N,

HILGREN

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:05

# 1 0.322Subject Sample 00:05

2.785Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.321Subject Sample 00:08

2.617Breath Volume 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4411/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:34

Cape Coral PD

LOOS,SAVANNAH

02/05/2019

34416080A2

Cape Coral PD

JOHNSON,SARAH,M

MARCHEL

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.063Subject Sample 03:22

2.421Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.058Subject Sample 03:25

1.761Breath Volume 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3811/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:49

Cape Coral PD

SCARLATO,MICHAEL

02/05/2019

34416080A2

Cape Coral PD

JOHNSON,SARAH,M

HURLBURT

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:28

# 1 0.139Subject Sample 04:29

2.109Breath Volume 04:29

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.139Subject Sample 04:32

1.949Breath Volume 04:32

0.000Air Blank 04:32

0.081Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:2411/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:37

Cape Coral PD

LOOS,SAVANNAH

02/05/2019

34416080A2

Cape Coral PD

TOBLER,AMANDA,R

CROW

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:45

# 1 0.238Subject Sample 22:48 Volume Not Met

0.253Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.256Subject Sample 22:53

1.527Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:55

# 3 0.251Subject Sample 22:56

1.722Breath Volume 22:56

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4811/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:17

Cape Coral PD

SCARLATO,FRANK

02/05/2019

34416080A2

Cape Coral PD

TOBLER,AMANDA,R

TAYLOR

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.079Control Test 23:09

0.000Air Blank 23:10

# 1 0.172Subject Sample 23:12

2.191Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.179Subject Sample 23:15

2.878Breath Volume 23:15

0.000Air Blank 23:15

0.079Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:5611/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:33

Cape Coral PD

TOBLER,AMANDA

02/05/2019

34416080A2

Cape Coral PD

TOBLER,AMANDA,R

DEMARCO

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.080Control Test 02:08

0.000Air Blank 02:08

# 1 0.108Subject Sample 02:09

1.824Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:11

# 2 0.103Subject Sample 02:12

1.144Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:10:2411/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:30

12:53

Cape Coral PD

PEREZ,SATURNINO

02/05/2019

34416080A2

Cape Coral PD

KULKO,JON,D

JACKSON

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:04

0.000Air Blank 14:05

0.081Control Test 14:05

0.000Air Blank 14:05

# 1 0.000Subject Sample 14:06

1.792Breath Volume 14:06

0.000Air Blank 14:06

0.000Air Blank 14:08

# 2 0.000Subject Sample 14:09

2.730Breath Volume 14:09

0.000Air Blank 14:09

0.081Control Test 14:09

0.000Air Blank 14:10

OKDiagnostics Check 14:10

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:3611/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:29

Cape Coral PD

LOOS,S

02/05/2019

34416080A2

Cape Coral PD

RUSH,DANIEL,C

GALEWSKI

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:12

# 1Subject Sample 23:14 Subject Test Refused

0.000Breath Volume 23:14

0.000Air Blank 23:14

0.082Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:1111/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:04

Cape Coral PD

RODRIGUEZ,ALFONSO

02/05/2019

34416080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

OSTERHOUT

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:42

# 1Subject Sample 01:43 Subject Test Refused

0.000Breath Volume 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:44:3611/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:10

12:44

Cape Coral PD

SERWY,CAROLINA

02/05/2019

34416080A2

Cape Coral PD

AMATO,MARK,P

STIMSON

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:38

0.000Air Blank 13:38

0.081Control Test 13:39

0.000Air Blank 13:39

# 1 0.263Subject Sample 13:40

3.164Breath Volume 13:40

0.000Air Blank 13:40

0.000Air Blank 13:42

# 2 0.265Subject Sample 13:43

3.269Breath Volume 13:43

0.000Air Blank 13:43

0.081Control Test 13:44

0.000Air Blank 13:44

OKDiagnostics Check 13:44

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:4311/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:48

Cape Coral PD

CRAGIN,STEPHEN

02/05/2019

34416080A2

Cape Coral PD

CRAGIN,STEPHEN,R

HECHAVARRIA-ULLOA

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

# 1 0.178Subject Sample 01:26

1.617Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.152Subject Sample 01:32 Volume Not Met

0.722Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 3 0.177Subject Sample 01:37 Volume Not Met

0.488Breath Volume 01:37

0.000Air Blank 01:38

0.078Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:4511/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:47

Cape Coral PD

TOBLER,AMANDA

02/05/2019

34416080A2

Cape Coral PD

TOBLER,AMANDA,R

SCHAARSCHMIDT

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.078Control Test 01:45

0.000Air Blank 01:45

# 1 0.056Subject Sample 01:46

3.050Breath Volume 01:46

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.054Subject Sample 01:49

3.683Breath Volume 01:49

0.000Air Blank 01:49

0.079Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:1211/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

14:24

Cape Coral PD

STEVENS,ERIC

02/05/2019

34416080A2

Cape Coral PD

BARKLEY,JEFFREY,G

CONNOCK

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.081Control Test 19:30

0.000Air Blank 19:30

# 1Subject Sample 19:30 Subject Test Refused

0.000Breath Volume 19:30

0.000Air Blank 19:31

0.081Control Test 19:31

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:3511/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

14:24

Cape Coral PD

STEVENS,ERIC

02/05/2019

34416080A2

Cape Coral PD

BARKLEY,JEFFREY,G

CONNOCK

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.081Control Test 19:34

0.000Air Blank 19:34

# 1 0.286Subject Sample 19:35

1.476Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:38

# 2 0.258Subject Sample 19:40

1.449Breath Volume 19:40

0.000Air Blank 19:40

0.000Air Blank 19:42

# 3 0.263Subject Sample 19:43

1.179Breath Volume 19:43

0.000Air Blank 19:43

0.080Control Test 19:44

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:4411/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:13

Cape Coral PD

ESTERLE,HUGH

02/05/2019

34416080A2

Cape Coral PD

TUCKER,HAILEY,E

PALUMBO

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:02

# 1 0.000Subject Sample 00:03

1.527Breath Volume 00:03

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.000Subject Sample 00:06

2.953Breath Volume 00:06

0.000Air Blank 00:06

0.080Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:4411/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:43

Cape Coral PD

THOMAS,D

02/05/2019

34416080A2

Cape Coral PD

SUSKEVICH,CURT,E

PAINE

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.081Control Test 22:12

0.000Air Blank 22:13

# 1 0.176Subject Sample 22:13

4.699Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.175Subject Sample 22:17

5.128Breath Volume 22:17

0.000Air Blank 22:17

0.080Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:2211/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:01

Cape Coral PD

SHIPPY,DYLAN

02/05/2019

34416080A2

Cape Coral PD

RUSH,DANIEL,C

LEONETTI

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

# 1 0.223Subject Sample 01:45

2.574Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.235Subject Sample 01:48

2.621Breath Volume 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:3011/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:28

Cape Coral PD

SERWY,CAROLINA

02/05/2019

34416080A2

Cape Coral PD

AMATO,MARK,P

RINEHART

11/08/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:26

0.000Air Blank 15:26

0.081Control Test 15:26

0.000Air Blank 15:27

# 1 0.103Subject Sample 15:27

1.402Breath Volume 15:27

0.000Air Blank 15:28

0.000Air Blank 15:30

# 2 0.108Subject Sample 15:32

2.539Breath Volume 15:32

0.000Air Blank 15:32

0.081Control Test 15:32

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 12/15/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:0711/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:40

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

RANDALL

10/25/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

Air Blank 01:50 RFI Detect

0.000Air Blank 01:51

Data Download Date/Time: 11/22/2017 09:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:4211/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:40

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

RANDALL

10/25/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:55

# 1 0.147Subject Sample 01:55

3.644Breath Volume 01:55

Air Blank 01:56 RFI Detect

Air Blank 01:56 RFI Detect

Air Blank 01:56 RFI Detect

Data Download Date/Time: 11/22/2017 09:05

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0011/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:41

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

SILVA

10/25/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:58

# 1Subject Sample 01:02 No Sample Provided

0.000Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:06

Data Download Date/Time: 11/22/2017 09:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:5911/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

01:14

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

FEY

10/25/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

Air Blank 01:20 RFI Detect

0.000Air Blank 01:20

Data Download Date/Time: 11/22/2017 09:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2711/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

01:14

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

FEY

10/25/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.081Control Test 01:23

0.000Air Blank 01:24

# 1Subject Sample 01:24 RFI Detect

0.000Breath Volume 01:24

Air Blank 01:24 RFI Detect

0.000Air Blank 01:25

Data Download Date/Time: 11/22/2017 09:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:4711/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

22:28

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

JACKSON

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.081Control Test 22:34

0.000Air Blank 22:34

# 1 0.258Subject Sample 22:37

3.351Breath Volume 22:37

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.259Subject Sample 22:40

2.312Breath Volume 22:40

0.000Air Blank 22:40

0.081Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 12/29/2017 07:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:4811/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:39

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

RHODES

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:51

# 1 0.190Subject Sample 02:52

1.949Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2Subject Sample 02:55 RFI Detect

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 12/29/2017 07:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1311/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:39

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

RHODES

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.178Subject Sample 03:00

2.222Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.172Subject Sample 03:03

2.218Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 12/29/2017 07:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:4411/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

21:17

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

STRAYER ELLIS

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:33

Air Blank 21:34 RFI Detect

0.000Air Blank 21:34

Data Download Date/Time: 12/29/2017 07:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:4411/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

21:17

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

STRAYER ELLIS

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

Air Blank 21:37 RFI Detect

Air Blank 21:37 RFI Detect

Data Download Date/Time: 12/29/2017 07:45

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:0911/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

21:17

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

STRAYER ELLIS

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.081Control Test 21:41

Air Blank 21:41 RFI Detect

0.000Air Blank 21:42

Data Download Date/Time: 12/29/2017 07:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5211/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

21:17

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

STRAYER ELLIS

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.080Control Test 21:46

0.000Air Blank 21:46

# 1 0.183Subject Sample 21:48

1.660Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.176Subject Sample 21:52

1.957Breath Volume 21:52

0.000Air Blank 21:52

0.079Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 12/29/2017 07:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2111/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:27

Sarasota County SO

BUEHLER,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

LEWIS

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:36

# 1 0.072Subject Sample 01:36

1.605Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.073Subject Sample 01:39

1.589Breath Volume 01:39

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 12/29/2017 07:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:29:4611/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:24

07:27

Key West PD

FRICKE,KEN

02/04/2019

279870

Monroe County SO

KEOHANE,KUNIKO,

CHAVEZ

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:23

0.000Air Blank 09:24

0.079Control Test 09:24

0.000Air Blank 09:24

# 1 0.102Subject Sample 09:25

3.496Breath Volume 09:25

0.000Air Blank 09:25

0.000Air Blank 09:27

# 2 0.100Subject Sample 09:28

1.804Breath Volume 09:28

0.000Air Blank 09:28

0.079Control Test 09:29

0.000Air Blank 09:29

OKDiagnostics Check 09:29

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:0011/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:24

Key West PD

OCONNELL,SHANNON

02/04/2019

279870

Monroe County SO

YOUNG,JESSE,A

GONZALEZ

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.077Control Test 22:54

0.000Air Blank 22:55

# 1 0.122Subject Sample 22:55

1.101Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.105Subject Sample 22:58

1.589Breath Volume 22:58

0.000Air Blank 22:59

0.078Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 23:00

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:4411/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:39

Key West PD

YOUNG,JESSE

02/04/2019

279870

Key West PD

YOUNG,JESSE,A

GONZALES

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.078Control Test 04:35

0.000Air Blank 04:36

# 1Subject Sample 04:36 Subject Test Refused

0.000Breath Volume 04:36

0.000Air Blank 04:36

0.080Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:2211/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:26

16:11

Key West PD

VAZQUEZ,BILLY

02/04/2019

279870

Key West PD

KEOHANE,KUNIKO,

PRESCOTT

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:46

0.000Air Blank 16:46

0.080Control Test 16:47

0.000Air Blank 16:47

# 1 0.247Subject Sample 16:48

4.207Breath Volume 16:48

0.000Air Blank 16:49

0.000Air Blank 16:51

# 2 0.249Subject Sample 16:51

4.101Breath Volume 16:51

0.000Air Blank 16:52

0.078Control Test 16:52

0.000Air Blank 16:53

OKDiagnostics Check 16:53

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:03:5211/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

10:53

Monroe County SO

JENSEN,DARREN

02/04/2019

279870

Monroe County SO

MCGEE,JOHN,W

BAKER

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:00

0.000Air Blank 13:00

0.077Control Test 13:01

0.000Air Blank 13:01

# 1Subject Sample 13:02 Subject Test Refused

0.000Breath Volume 13:02

0.000Air Blank 13:02

0.078Control Test 13:03

0.000Air Blank 13:03

OKDiagnostics Check 13:03

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0011/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:46

Monroe County SO

MOELLER,JENNA

02/04/2019

279870

Monroe County SO

WHITEMAN,NICHOLIS,J

VAUGHN

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.187Subject Sample 03:07

2.476Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.177Subject Sample 03:10

1.312Breath Volume 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:12

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5111/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:14

Key West PD

CONATY,JAY

02/04/2019

279870

Key West PD

ELSMORE,JUSTIN,R

COSTA

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:49

0.079Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:04:2511/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

09:00

Monroe County SO

MCGEE,J

02/04/2019

279870

Monroe County SO

MCGEE,JOHN,W

TEST

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:03

0.000Air Blank 10:03

0.080Control Test 10:03 RFI Detect

0.000Air Blank 10:04

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:12:0411/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

09:00

Monroe County SO

MCGEE,J

02/04/2019

279870

Monroe County SO

MCGEE,JOHN,W

TEST

10/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:06

0.000Air Blank 10:06

0.080Control Test 10:06

0.000Air Blank 10:07

# 1 0.000Subject Sample 10:07

1.906Breath Volume 10:07

0.000Air Blank 10:08

0.000Air Blank 10:10

# 2 0.000Subject Sample 10:10

1.851Breath Volume 10:10

0.000Air Blank 10:11

0.078Control Test 10:11

0.000Air Blank 10:11

OKDiagnostics Check 10:12

Data Download Date/Time: 11/16/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:3711/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:36

Key West PD

YOUNG,JESSE

02/04/2019

279870

Key West PD

YOUNG,JESSE,A

COFFMAN

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.078Control Test 23:51

0.000Air Blank 23:52

# 1Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:52

0.077Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0011/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:22

Key West PD

YOUNG,JESSE

02/04/2019

279870

Key West PD

YOUNG,JESSE,A

MCCRAW

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:32 No Sample Provided

0.000Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:38

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:1511/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:35

Key West PD

O'CONNELL,SHANNON

02/04/2019

279870

Monroe County SO

ELSMORE,JUSTIN,R

WOODRUFF

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.080Control Test 21:41

0.000Air Blank 21:41

# 1Subject Sample 21:41 Subject Test Refused

0.000Breath Volume 21:41

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:03:3711/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:32

14:40

Monroe County SO

DAVIS,ALEXANDRA

02/04/2019

279870

Monroe County SO

DAVIS,ALEXANDRA,M

CUTCHIN

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:57

0.000Air Blank 15:57

0.079Control Test 15:57

0.000Air Blank 15:58

# 1 0.250Subject Sample 15:59

2.089Breath Volume 15:59

0.000Air Blank 15:59

0.000Air Blank 16:01

# 2 0.247Subject Sample 16:02

1.765Breath Volume 16:02

0.000Air Blank 16:02

0.078Control Test 16:03

0.000Air Blank 16:03

OKDiagnostics Check 16:03

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:4211/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:07

10:58

Monroe County SO

HOPP,SETH

02/04/2019

279870

Monroe County SO

HOPP,SETH,M

LEIVA

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:57

0.000Air Blank 11:57

0.080Control Test 11:58

0.000Air Blank 11:58

# 1 0.000Subject Sample 11:59

2.734Breath Volume 11:59

0.000Air Blank 11:59

0.000Air Blank 12:01

# 2 0.000Subject Sample 12:02

1.730Breath Volume 12:02

0.000Air Blank 12:02

0.073Control Test 12:03 Control Outside Tolerance

0.000Air Blank 12:03

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:07:4711/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:07

10:58

Monroe County SO

HOPP,SETH

02/04/2019

279870

Monroe County SO

HOPP,SETH,M

LEIVA

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:06

0.000Air Blank 12:06

0.069Control Test 12:07 Control Outside Tolerance

0.000Air Blank 12:07

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:53:1811/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:07

10:58

Monroe County SO

HOPP,SETH

02/04/2019

279870

Monroe County SO

HOPP,SETH,M

LEIVA

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:47

0.000Air Blank 12:47

0.077Control Test 12:47

0.000Air Blank 12:48

# 1 0.000Subject Sample 12:48

1.882Breath Volume 12:48

0.000Air Blank 12:49

0.000Air Blank 12:51

# 2 0.000Subject Sample 12:51

1.175Breath Volume 12:51

0.000Air Blank 12:52

0.078Control Test 12:52

0.000Air Blank 12:53

OKDiagnostics Check 12:53

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:1911/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:59

19:42

Monroe County SO

CARROLL,JEFFERSON

01/31/2020

686331

FFWCC (West Palm)

CALHOUN,EVAN,R

NULISCH

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:24

0.080Control Test 20:24

0.000Air Blank 20:24

# 1 0.148Subject Sample 20:26

1.875Breath Volume 20:26

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.145Subject Sample 20:28

1.554Breath Volume 20:28

0.000Air Blank 20:29

0.080Control Test 20:29

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:5211/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:56

Monroe County SO

DEHANAS,BRETT

01/31/2020

686331

Key West PD

CALHOUN,EVAN,R

WOODSON

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:55

0.079Control Test 21:55

0.000Air Blank 21:56

# 1Subject Sample 21:56 Subject Test Refused

0.000Breath Volume 21:56

0.000Air Blank 21:56

0.079Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:40:4811/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:12

06:35

Monroe County SO

DAVIS,ALEXANDRA

02/04/2019

279870

Monroe County SO

DAVIS,ALEXANDRA,M

WALSH

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:34

0.000Air Blank 07:35

0.079Control Test 07:35

0.000Air Blank 07:36

# 1 0.000Subject Sample 07:36

2.085Breath Volume 07:36

0.000Air Blank 07:37

0.000Air Blank 07:39

# 2 0.000Subject Sample 07:39

1.277Breath Volume 07:39

0.000Air Blank 07:39

0.080Control Test 07:40

0.000Air Blank 07:40

OKDiagnostics Check 07:40

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:52:0211/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:45

Key West PD

GAUFILLET,ALEX

01/31/2020

686331

Key West PD

YOUNG,JESSE,A

SPRAGUE

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:40

0.000Air Blank 14:40

0.079Control Test 14:41

0.000Air Blank 14:41

# 1 0.090Subject Sample 14:44 Volume Not Met

0.917Breath Volume 14:44

0.000Air Blank 14:45

0.000Air Blank 14:47

# 2 0.076Subject Sample 14:50 Volume Not Met

0.175Breath Volume 14:50

0.000Air Blank 14:51

0.078Control Test 14:51

0.000Air Blank 14:51

OKDiagnostics Check 14:52

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:0711/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

14:45

12:55

FFWCC (West Palm)

MORALES,BOBBY

02/04/2019

279870

FFWCC (West Palm)

WILLIAMS,CLINT,R

MILLER

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:05

0.000Air Blank 15:06

0.077Control Test 15:06

0.000Air Blank 15:07

# 1 0.268Subject Sample 15:07

4.019Breath Volume 15:07

0.000Air Blank 15:08

0.000Air Blank 15:09

# 2 0.265Subject Sample 15:10

4.015Breath Volume 15:10

0.000Air Blank 15:11

0.078Control Test 15:11

0.000Air Blank 15:12

OKDiagnostics Check 15:12

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3211/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:19

FHP Troop E

WILLIAMSON,BRANDEE

02/04/2019

279870

FHP Troop E

WILLIAMSON,BRANDEE,E

REICH

11/16/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.079Control Test 00:11

0.000Air Blank 00:12

# 1Subject Sample 00:15 Subject Test Refused

0.000Breath Volume 00:15

0.000Air Blank 00:15

0.078Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 12/14/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


