
80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:24:0810/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:50

11:31

Miami-Dade PD

JANVIER,FRITZ

02/05/2020

34917080A4

Miami-Dade PD

JANVIER,FRITZ,G

SAENZ GIEDELMANN

10/05/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:20

0.000Air Blank 12:21

0.079Control Test 12:21

0.000Air Blank 12:21

# 1Subject Sample 12:22 Subject Test Refused

0.000Breath Volume 12:22

0.000Air Blank 12:23

0.079Control Test 12:23

0.000Air Blank 12:24

OKDiagnostics Check 12:24

Data Download Date/Time: 11/09/2018 09:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:1910/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:56

Sweetwater PD

GARCIA,EMILIE

02/05/2020

34917080A4

Sweetwater PD

GARCIA,EMILIE,M

MONTES MAYORGA

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

# 1 0.203Subject Sample 04:30

3.062Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.195Subject Sample 04:33

2.089Breath Volume 04:33

0.000Air Blank 04:34

0.078Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0610/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:20

Miami-Dade PD

CLOSIUS,R

02/05/2020

34917080A4

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

CARDONA

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

# 1Subject Sample 03:16 Subject Test Refused

0.000Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3610/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:37

Miami-Dade PD

KINSEY-SMITH,FELICIA

02/05/2020

34917080A4

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

CABRERA

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:27

# 1 0.087Subject Sample 03:28

1.695Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.087Subject Sample 03:31

1.503Breath Volume 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:1110/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:00

OTHER Local

ROMO,ANDRES

02/05/2020

34917080A4

OTHER Local

BARDELAS,MAYLE,

CRUZ-ORTEGA

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.080Control Test 01:36

0.000Air Blank 01:36

# 1 0.168Subject Sample 01:37

1.812Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.176Subject Sample 01:42

2.429Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:3110/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:20

Miami-Dade PD

TRUJILLO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

TRUJILLO,GEORGE,L

VEVE

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.080Control Test 22:01

0.000Air Blank 22:01

# 1 0.176Subject Sample 22:04 Volume Not Met

0.800Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2Subject Sample 22:09 Subject Test Refused

0.894Breath Volume 22:09

0.000Air Blank 22:10

0.076Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:0210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

02:05

OTHER Local

WEINSTEIN,ALEXANDER

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

GONZALEZ

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:49

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:5310/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:56

18:35

Sweetwater PD

LORENZO,YOSNIEL

02/05/2020

34917080A4

Sweetwater PD

LORENZO,YOSNIEL,

JARQUIN MARTINEZ

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:17

0.080Control Test 19:17

0.000Air Blank 19:18

# 1 0.238Subject Sample 19:19

2.531Breath Volume 19:19

0.000Air Blank 19:20

0.000Air Blank 19:21

# 2 0.232Subject Sample 19:22

1.867Breath Volume 19:22

0.000Air Blank 19:22

0.078Control Test 19:23

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:4910/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:29

OTHER Local

BARDELAS,MAYLE

02/05/2020

34917080A4

OTHER Local

BARDELAS,MAYLE,

SANCHEZ

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

# 1 0.261Subject Sample 01:10

2.539Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.226Subject Sample 01:13

1.410Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 3 0.228Subject Sample 01:16

1.589Breath Volume 01:16

0.000Air Blank 01:17

0.077Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2110/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:23

OTHER Local

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

LAMOURT CARRERO

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.081Control Test 01:18

0.000Air Blank 01:18

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:5710/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:20

Miami-Dade PD

TRUJILLO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

TRUJILLO,GEORGE,L

VEGA

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.080Control Test 20:04

0.000Air Blank 20:04

# 1 0.285Subject Sample 20:05

2.121Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.284Subject Sample 20:10

1.921Breath Volume 20:10

Air Blank 20:11 Purge Fail

0.000Air Blank 20:11

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:5510/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:24

Miami-Dade PD

MCAULEY,D

02/05/2020

34917080A4

Miami-Dade PD

MCAULEY,DEVERO,

MANZANO OTERO

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.080Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:3410/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:05

Miami-Dade PD

PACHECO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

PACHECO,GEORGE,

HERRERA ALFONSO

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:32

# 1 0.233Subject Sample 04:34

2.164Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:36

# 2 0.200Subject Sample 04:37

1.175Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 3 0.211Subject Sample 04:40

1.843Breath Volume 04:40

0.000Air Blank 04:41

0.077Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:2510/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:58

OTHER Local

WEINSTEIN,ALEXANDER

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

RIVAS DE PISANI

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.077Control Test 05:06

0.000Air Blank 05:07

# 1Subject Sample 05:10 No Sample Provided

0.000Breath Volume 05:10

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2Subject Sample 05:13 Subject Test Refused

0.000Breath Volume 05:13

0.000Air Blank 05:13

0.077Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:5310/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

03:42

Miami-Dade PD

PACHECO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

PACHECO,GEORGE,

NEMTSOVA

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:08

# 1 0.207Subject Sample 05:11 Volume Not Met

0.542Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:13

# 2 0.231Subject Sample 05:16 Volume Not Met

0.722Breath Volume 05:16

0.000Air Blank 05:17

0.076Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:1910/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

03:42

Miami-Dade PD

PACHECO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

PACHECO,GEORGE,

NEMTSOVA

09/07/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.076Control Test 05:32

0.000Air Blank 05:32

# 1Subject Sample 05:32 Subject Test Refused

0.000Breath Volume 05:32

0.000Air Blank 05:33

0.079Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 10/19/2018 09:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4710/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:10

OTHER Local

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

LECHIN POKINSKY

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/12/2018 13:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:2510/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:25

Miami-Dade PD

KINSEY-SMITH,FELICIA

02/05/2020

34917080A4

Miami-Dade PD

VARGAS,D,

FEBRES

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:30

# 1 0.185Subject Sample 02:31

2.058Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.175Subject Sample 02:34

1.839Breath Volume 02:34

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 11/12/2018 13:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:16:5410/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

06:53

Miami-Dade PD

PACHECO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

PACHECO,GEORGE,

GONZALEZ SUAREZ

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:13

0.000Air Blank 08:13

0.079Control Test 08:13

0.000Air Blank 08:14

# 1Subject Sample 08:15 Subject Test Refused

0.000Breath Volume 08:15

0.000Air Blank 08:15

0.080Control Test 08:16

0.000Air Blank 08:16

OKDiagnostics Check 08:16

Data Download Date/Time: 11/12/2018 13:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:2810/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:40

Miami-Dade PD

TRUJILLO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

TRUJILLO,GEORGE,L

CONTRERAS

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:49

# 1 0.185Subject Sample 22:51

1.148Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.163Subject Sample 22:57 Volume Not Met

0.878Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 3 0.166Subject Sample 23:02

1.375Breath Volume 23:02

0.000Air Blank 23:03

0.076Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5910/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

00:56

Miami-Dade PD

PACHECO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

PACHECO,GEORGE,

PEREZ

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.079Control Test 02:15

0.000Air Blank 02:15

# 1 0.132Subject Sample 02:15

2.789Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.132Subject Sample 02:19

2.589Breath Volume 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:4810/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:55

Miami-Dade PD

KINSEY-SMITH,FELICIA

02/05/2020

34917080A4

Miami-Dade PD

VARGAS,D,

HECHAVARRIA LA HERA

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:02

# 1 0.161Subject Sample 04:04

2.152Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.164Subject Sample 04:07

1.683Breath Volume 04:07

0.000Air Blank 04:08

0.078Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:4510/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

04:44

Miami-Dade PD

VARGAS,D

02/05/2020

34917080A4

Miami-Dade PD

VARGAS,D,

ALONSO SUAREZ

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:32

0.079Control Test 05:32

0.000Air Blank 05:32

# 1Subject Sample 05:33 Subject Test Refused

0.000Breath Volume 05:33

0.000Air Blank 05:33

0.080Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2810/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:25

Sweetwater PD

GARCIA,EMILIE

02/05/2020

34917080A4

Sweetwater PD

GARCIA,EMILIE,M

L120975725170

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.078Control Test 01:30

0.000Air Blank 01:30

# 1 0.169Subject Sample 01:32

1.554Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.179Subject Sample 01:35

1.406Breath Volume 01:35

0.000Air Blank 01:36

0.076Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4510/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:05

OTHER Local

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

CHAVEZ

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1Subject Sample 03:37 Subject Test Refused

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0310/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:42

OTHER Local

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

PAREDES

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

# 1 0.228Subject Sample 04:25

1.312Breath Volume 04:25

Air Blank 04:26 Purge Fail

0.000Air Blank 04:27

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:2210/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:42

OTHER Local

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

P632550748870

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.075Control Test 04:33

0.000Air Blank 04:33

# 1 0.206Subject Sample 04:36 Volume Not Met

0.363Breath Volume 04:36

Air Blank 04:37 Purge Fail

0.000Air Blank 04:38

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:0910/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:42

OTHER Local

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

PAREDES

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.072Control Test 05:00 Control Outside Tolerance

0.000Air Blank 05:01

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:1010/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:42

OTHER Local

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER Local

SIDDO,RAAJU,S

PAREDES

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.078Control Test 05:18

0.000Air Blank 05:18

# 1 0.174Subject Sample 05:19

1.644Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:21

# 2Subject Sample 05:23 Subject Test Refused

0.789Breath Volume 05:23

0.000Air Blank 05:24

0.079Control Test 05:24

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:5910/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:23

OTHER Local

BARDELAS,MAYLE

02/05/2020

34917080A4

OTHER Local

DIAZ,JAVIER,

OLIVARES

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.079Control Test 05:00

0.000Air Blank 05:01

# 1 0.230Subject Sample 05:01

2.796Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.225Subject Sample 05:05

1.964Breath Volume 05:05

0.000Air Blank 05:06

0.078Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1810/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:28

OTHER Local

BARDELAS,MAYLE

02/05/2020

34917080A4

OTHER Local

BARDELAS,MAYLE,

DIETRICH

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

# 1 0.151Subject Sample 03:14 Volume Not Met

1.035Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.173Subject Sample 03:17

3.500Breath Volume 03:17

0.000Air Blank 03:19

0.000Air Blank 03:20

# 3 0.167Subject Sample 03:21

2.414Breath Volume 03:21

0.000Air Blank 03:22

0.074Control Test 03:22 Control Outside Tolerance

0.000Air Blank 03:23

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:3710/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:16

Miami-Dade PD

MCAULEY,DEVERO

02/05/2020

34917080A4

Miami-Dade PD

MCAULEY,DEVERO,

DIAZ

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:53

0.079Control Test 05:54

0.000Air Blank 05:54

# 1 0.193Subject Sample 05:57 Volume Not Met

0.578Breath Volume 05:57

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.210Subject Sample 06:00

1.457Breath Volume 06:00

0.000Air Blank 06:01

0.000Air Blank 06:03

# 3 0.209Subject Sample 06:03

1.121Breath Volume 06:03

0.000Air Blank 06:04

0.077Control Test 06:05

0.000Air Blank 06:05

OKDiagnostics Check 06:05

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:23:0810/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

06:50

OTHER Local

CUBELA,CHANTEL

02/05/2020

34917080A4

OTHER Local

CUBELA,CHANTEL,

CONTRERAS

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 08:16

0.000Air Blank 08:16

0.079Control Test 08:16

0.000Air Blank 08:17

# 1 0.135Subject Sample 08:18

3.585Breath Volume 08:18

0.000Air Blank 08:19

0.000Air Blank 08:20

# 2 0.134Subject Sample 08:21

3.539Breath Volume 08:21

0.000Air Blank 08:22

0.077Control Test 08:22

0.000Air Blank 08:23

OKDiagnostics Check 08:23

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:18:1910/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:47

OTHER Local

CUBELA,CHANTEL

02/05/2020

34917080A4

OTHER Local

CUBELA,CHANTEL,

CUTIE

10/19/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:15

0.000Air Blank 16:15

0.079Control Test 16:16

0.000Air Blank 16:16

# 1Subject Sample 16:16 Subject Test Refused

0.000Breath Volume 16:16

0.000Air Blank 16:17

0.080Control Test 16:17

0.000Air Blank 16:18

OKDiagnostics Check 16:18

Data Download Date/Time: 11/12/2018 13:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:4310/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

18:00

Jacksonville SO

WHITE,J

05/05/2020

05218080A3

Jacksonville SO

GONZALEZ,J,

JOHNSON

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

0.000Air Blank 19:39

0.079Control Test 19:39

0.000Air Blank 19:40

# 1Subject Sample 19:40 Subject Test Refused

0.000Breath Volume 19:40

0.000Air Blank 19:40

0.079Control Test 19:41

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:5610/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

20:30

Jacksonville SO

FISETTE,J

05/05/2020

05218080A3

Jacksonville SO

GONZALEZ,J,

RAMIREZ SANGABRIEL

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

# 1 0.124Subject Sample 22:42

2.250Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.126Subject Sample 22:45

2.164Breath Volume 22:45

0.000Air Blank 22:46

0.079Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:3610/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:30

Jacksonville SO

WHITE,J

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

WILSON

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:58

# 1 0.000Subject Sample 00:59

1.378Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.000Subject Sample 01:02

1.867Breath Volume 01:02

0.000Air Blank 01:02

0.079Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4210/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

01:38

Jacksonville SO

TURPIN,D

05/05/2020

05218080A3

Jacksonville Beach

ROBERTS,CHUCK,E

WILLIAMS

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

# 1 0.165Subject Sample 03:59

1.449Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.164Subject Sample 04:03

1.421Breath Volume 04:03

0.000Air Blank 04:03

0.078Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:34:4810/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:02

05:30

Jacksonville SO

BERGO,M

05/05/2020

05218080A3

Jacksonville SO

DASHER,JOSHUA,L

BAILEY

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:23

0.000Air Blank 08:23

0.079Control Test 08:24

0.000Air Blank 08:24

# 1 0.082Subject Sample 08:27 Volume Not Met

0.296Breath Volume 08:27

0.000Air Blank 08:28

0.000Air Blank 08:30

# 2 0.108Subject Sample 08:33 Volume Not Met

0.878Breath Volume 08:33

0.000Air Blank 08:33

0.079Control Test 08:34

0.000Air Blank 08:34

OKDiagnostics Check 08:34

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:4410/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:29

15:22

Jacksonville SO

BRIDWELL,C

05/05/2020

05218080A3

FFWCC (Lake City)

PAGE,D,K

CHAP

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:49

0.000Air Blank 17:50

0.079Control Test 17:50

0.000Air Blank 17:51

# 1Subject Sample 17:52 Subject Test Refused

0.000Breath Volume 17:52

0.000Air Blank 17:52

0.080Control Test 17:53

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5510/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

23:30

Jacksonville SO

BOWERS,D

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

SALES

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:19

# 1 0.211Subject Sample 01:20

1.519Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.211Subject Sample 01:23

1.898Breath Volume 01:23

0.000Air Blank 01:24

0.078Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:5910/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:20

Jacksonville SO

EANES,J

05/05/2020

05218080A3

Jacksonville SO

PAGE,D,K

FIGUEROA

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1Subject Sample 22:57 Subject Test Refused

0.000Breath Volume 22:57

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:01:0410/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:37

05:47

Jacksonville SO

PATTERSON,K

05/05/2020

05218080A3

FHP Troop G

DASHER,JOSHUA,L

GALLAGHER

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:58

0.000Air Blank 07:58

0.080Control Test 07:58

0.000Air Blank 07:59

# 1Subject Sample 07:59 Subject Test Refused

0.000Breath Volume 07:59

0.000Air Blank 08:00

0.080Control Test 08:00

0.000Air Blank 08:00

OKDiagnostics Check 08:01

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4210/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:19

Jacksonville SO

SORRELLS,M

05/05/2020

05218080A3

Jacksonville Beach

MCDONALD,M,R

ODOM

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

# 1 0.180Subject Sample 04:06

4.179Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.146Subject Sample 04:09

1.382Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 3 0.170Subject Sample 04:12

3.207Breath Volume 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:1110/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:35

Jacksonville SO

MOELLER,R

05/05/2020

05218080A3

Jacksonville SO

GONZALEZ,J,

MORALES SOTOMAYOR

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.080Control Test 19:52

0.000Air Blank 19:52

# 1Subject Sample 19:52 Subject Test Refused

0.000Breath Volume 19:52

0.000Air Blank 19:53

0.080Control Test 19:53

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:4310/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

17:00

Jacksonville SO

RIVERA,V

05/05/2020

05218080A3

Jacksonville SO

GONZALEZ,J,

ALTICE

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.080Control Test 20:46

0.000Air Blank 20:47

# 1 0.071Subject Sample 20:47

2.394Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.075Subject Sample 20:51

2.964Breath Volume 20:51

0.000Air Blank 20:51

0.080Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 11/06/2018 12:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:4310/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:32

Jacksonville SO

DESOUZA,A

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

DOTSON

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

# 1 0.028Subject Sample 00:51

2.292Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:53

# 2 0.027Subject Sample 00:54

2.558Breath Volume 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2110/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:00

Jacksonville SO

DOUGHFMAN,D

05/05/2020

05218080A3

Jacksonville SO

MCDONALD,M,R

LYNN

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.080Control Test 03:13

0.000Air Blank 03:13

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:3910/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

01:40

Jacksonville SO

HALBRITTER,S

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

VICENTE

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:11

# 1 0.240Subject Sample 04:12

2.449Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.244Subject Sample 04:15

1.511Breath Volume 04:15

0.000Air Blank 04:15

0.079Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:0210/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

03:00

Jacksonville SO

DAVIS,M

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

BABCOCK

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:08

# 1 0.110Subject Sample 05:09

2.093Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.105Subject Sample 05:12

1.585Breath Volume 05:12

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:14

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:3110/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

22:20

Jacksonville SO

DOUGHFMAN,D

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

CLAUNCH

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.079Control Test 00:10

0.000Air Blank 00:10

# 1 0.235Subject Sample 00:11

3.125Breath Volume 00:11

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.230Subject Sample 00:14

2.746Breath Volume 00:14

0.000Air Blank 00:14

0.079Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4210/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

00:40

Jacksonville SO

CAMERON,B

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

PERRY

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:3710/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:09

Jacksonville SO

SIMMONS,M

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

SPILLANE

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

# 1Subject Sample 05:01 Subject Test Refused

0.000Breath Volume 05:01

0.000Air Blank 05:01

0.080Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2710/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:11

Jacksonville SO

BRYANT,R

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

EVANS

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:28

# 1Subject Sample 23:29 Subject Test Refused

0.000Breath Volume 23:29

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:5210/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

19:25

Jacksonville SO

FILBERT,E

05/05/2020

05218080A3

Jacksonville Beach

ROBERTS,CHUCK,E

DOMINGUES

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

# 1 0.181Subject Sample 23:38

2.105Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:40

# 2 0.196Subject Sample 23:41

1.972Breath Volume 23:41

0.000Air Blank 23:41

0.079Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:35:4710/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:12

06:15

Jacksonville SO

SWINTON,L

05/05/2020

05218080A3

Jacksonville SO

MACK,C,S

;6360101016243077026

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:32

0.000Air Blank 08:33

0.080Control Test 08:33

0.000Air Blank 08:34

# 1Subject Sample 08:34 Subject Test Refused

0.000Breath Volume 08:34

0.000Air Blank 08:34

0.080Control Test 08:35

0.000Air Blank 08:35

OKDiagnostics Check 08:35

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:5910/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

03:00

Jacksonville SO

PILTZ,J

05/05/2020

05218080A3

Jacksonville SO

HAND,JARRETT,D

BROWN

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.081Control Test 05:34

0.000Air Blank 05:35

# 1Subject Sample 05:35 Subject Test Refused

0.000Breath Volume 05:35

0.000Air Blank 05:36

0.081Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 11/06/2018 12:14

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:0710/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

22:34

Jacksonville SO

BYRNE,J

10/05/2019

22817080A4

Jacksonville SO

DINKINS,CHRISTOPHER,D

LEWIS

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1 0.307Subject Sample 00:23

1.718Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.302Subject Sample 00:26

2.453Breath Volume 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5310/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

23:45

Jacksonville SO

BOWERS,D

10/05/2019

22817080A4

Jacksonville SO

DINKINS,CHRISTOPHER,D

TORUBARA

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

# 1Subject Sample 02:08 Subject Test Refused

0.000Breath Volume 02:08

0.000Air Blank 02:08

0.080Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:45:2810/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:18

08:10

Jacksonville SO

JONES,R

10/05/2019

22817080A4

Jacksonville SO

WILLIAMS,F,D

BENNET

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:38

0.000Air Blank 08:39

0.079Control Test 08:39

0.000Air Blank 08:40

# 1 0.316Subject Sample 08:40

2.519Breath Volume 08:40

0.000Air Blank 08:41

0.000Air Blank 08:43

# 2 0.326Subject Sample 08:43

2.980Breath Volume 08:43

0.000Air Blank 08:44

0.079Control Test 08:44

0.000Air Blank 08:45

OKDiagnostics Check 08:45

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4610/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:38

Jacksonville SO

EANES,J

10/05/2019

22817080A4

Jacksonville SO

SMITH,KEVIN,W

REID

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:48

0.080Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:1010/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:35

Jacksonville SO

EANES,J

10/05/2019

22817080A4

Jacksonville SO

SMITH,KEVIN,W

POWELL

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.080Control Test 00:52

0.000Air Blank 00:52

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:53

0.081Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4010/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

01:50

Jacksonville SO

JENSEN,D

10/05/2019

22817080A4

Neptune Beach PD

SMITH,KEVIN,W

NIETO

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 03:59

# 1 0.114Subject Sample 04:00

3.449Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.118Subject Sample 04:03

3.750Breath Volume 04:03

0.000Air Blank 04:03

0.080Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:5710/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:12

Jacksonville SO

RUSSELL,C

10/05/2019

22817080A4

Atlantic Beach PD

SMITH,KEVIN,W

NDIOR

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 00:59

# 1 0.238Subject Sample 01:00

1.855Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:02

# 2 0.253Subject Sample 01:03

1.414Breath Volume 01:03

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3510/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:30

Jacksonville SO

STANLEY,T

10/05/2019

22817080A4

Jacksonville SO

SMITH,KEVIN,W

ROBINSON

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.097Subject Sample 03:00

2.832Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.096Subject Sample 03:03

1.562Breath Volume 03:03

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:2610/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

03:30

Jacksonville SO

JOHNS,B

10/05/2019

22817080A4

Jacksonville SO

SMITH,KEVIN,W

SKENES

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:51

0.080Control Test 05:51

0.000Air Blank 05:51

# 1Subject Sample 05:52 Subject Test Refused

0.000Breath Volume 05:52

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:5110/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:00

Jacksonville SO

FISETTE,J

10/05/2019

22817080A4

Jacksonville SO

SMITH,KEVIN,W

MONROY

09/25/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.081Control Test 23:56

0.000Air Blank 23:57

# 1Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 10/17/2018 15:13

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:4010/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:00

Jacksonville SO

FISETTE,J

10/05/2019

22817080A4

Jacksonville SO

SMITH,KEVIN,W

COBB

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.081Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:55 Subject Test Refused

0.000Breath Volume 03:55

0.000Air Blank 03:55

0.081Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 11/06/2018 11:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:0210/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:00

Jacksonville SO

BROWN,T

10/05/2019

22817080A4

Jacksonville SO

PAGE,D,K

UK

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.079Control Test 23:08

0.000Air Blank 23:09

# 1Subject Sample 23:10 RFI Detect

0.601Breath Volume 23:10

Air Blank 23:10 RFI Detect

0.000Air Blank 23:11

Data Download Date/Time: 11/06/2018 11:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:1510/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:00

Jacksonville SO

BROWN,T

10/05/2019

22817080A4

Jacksonville SO

PAGE,D,K

UK

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.079Control Test 23:13

0.000Air Blank 23:13

# 1 0.219Subject Sample 23:14

2.773Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.233Subject Sample 23:17

2.417Breath Volume 23:17

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 11/06/2018 11:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0310/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

01:52

Jacksonville SO

JENSEN,D

10/05/2019

22817080A4

Atlantic Beach PD

BERRY,SHANON,E

MOORE

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.176Subject Sample 03:28

3.890Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.177Subject Sample 03:31

3.480Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:33

Data Download Date/Time: 11/06/2018 11:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:2710/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

23:00

Jacksonville SO

KAHRE,J

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

CORBETT

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.080Control Test 01:44

0.000Air Blank 01:44

# 1Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 11/06/2018 11:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:0610/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

23:00

Jacksonville SO

KAHRE,J

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

CORBETT

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

# 1 0.101Subject Sample 02:11

1.984Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2Subject Sample 02:13 RFI Detect

0.000Breath Volume 02:13

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 11/06/2018 11:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:0710/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

23:00

Jacksonville SO

KAHRE,J

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

CORBETT

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

# 1 0.098Subject Sample 02:18

1.296Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.103Subject Sample 02:21

1.554Breath Volume 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 11/06/2018 11:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:1210/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

03:12

Jacksonville SO

PATTERSON,K

05/05/2020

05218080A3

FHP Troop G

SMITH,KEVIN,W

FELICIANO

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.080Control Test 05:36

0.000Air Blank 05:36

# 1Subject Sample 05:36 Subject Test Refused

0.000Breath Volume 05:36

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 11/06/2018 11:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1210/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:00

Jacksonville SO

ARGUDO,L

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

PARKER

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

# 1 0.177Subject Sample 02:44

2.117Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.175Subject Sample 02:47

1.917Breath Volume 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4910/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:00

Jacksonville SO

DOUGHFMAN,D

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

LYMAN

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1 0.109Subject Sample 04:27

1.406Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 2 0.115Subject Sample 04:30

1.179Breath Volume 04:30

0.000Air Blank 04:30

0.080Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:06:1910/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:15

Jacksonville SO

SPENCER,K

05/05/2020

05218080A3

Jacksonville SO

ANDERSON,V,E

ALMAZAN MURCIA

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:59

0.000Air Blank 07:59

0.080Control Test 07:59

0.000Air Blank 08:00

# 1 0.161Subject Sample 08:01

1.757Breath Volume 08:01

0.000Air Blank 08:02

0.000Air Blank 08:04

# 2 0.163Subject Sample 08:04

1.796Breath Volume 08:04

0.000Air Blank 08:05

0.079Control Test 08:05

0.000Air Blank 08:06

OKDiagnostics Check 08:06

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:1810/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:00

Jacksonville SO

MCBROOM,N

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

MONTOYA

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

# 1 0.289Subject Sample 00:06

2.507Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.283Subject Sample 00:09

2.515Breath Volume 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2110/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

01:16

Jacksonville SO

CURRY,D

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

MCKAIN

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.080Control Test 04:58

0.000Air Blank 04:58

# 1 0.275Subject Sample 04:58

2.929Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.283Subject Sample 05:01

3.394Breath Volume 05:01

0.000Air Blank 05:02

0.080Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:28:2610/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:50

06:34

Jacksonville SO

ROOT,K

05/05/2020

05218080A3

FHP Troop G

ANDERSON,V,E

OAKWOOD

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:25

0.000Air Blank 09:26

0.080Control Test 09:26

0.000Air Blank 09:26

# 1Subject Sample 09:27 Subject Test Refused

0.000Breath Volume 09:27

0.000Air Blank 09:27

0.080Control Test 09:27

0.000Air Blank 09:28

OKDiagnostics Check 09:28

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:1310/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

21:45

Jacksonville SO

MARRERO,J

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

MARSHALL

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:14

# 1 0.166Subject Sample 00:15

1.976Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.173Subject Sample 00:18

2.398Breath Volume 00:18

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0810/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

01:46

Jacksonville SO

EANES,J

05/05/2020

05218080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

LEVICKI

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

# 1 0.256Subject Sample 03:08

3.480Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:10

# 2 0.234Subject Sample 03:11

2.933Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 3 0.242Subject Sample 03:14

3.308Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:2910/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:26

Jacksonville SO

BRYANT,R

05/05/2020

05218080A3

Jacksonville SO

CONNER,CHARLES,E

LUCIANO ARRAY

10/17/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1 0.216Subject Sample 21:54

3.714Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.213Subject Sample 21:57

3.550Breath Volume 21:57

0.000Air Blank 21:58

0.080Control Test 21:58

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 11/06/2018 11:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:5410/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:57

Nassau County SO

2C16,SHOOK

10/05/2019

22817080A5

Nassau County SO

MCCRACKEN,J,D

WIDENER

10/28/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.081Control Test 20:50

0.000Air Blank 20:50

# 1 0.213Subject Sample 20:51

1.125Breath Volume 20:51

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.220Subject Sample 20:54

2.496Breath Volume 20:54

0.000Air Blank 20:54

0.080Control Test 20:55

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 11/09/2018 10:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:2310/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:56

Nassau County SO

WALTON,C

10/05/2019

22817080A5

Nassau County SO

MCCRACKEN,J,D

HEHN

10/28/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

# 1 0.224Subject Sample 23:52

2.085Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.225Subject Sample 23:55

1.726Breath Volume 23:55

0.000Air Blank 23:56

0.081Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 11/09/2018 10:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2010/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:10

U of Fl PD

BAIN II,KENNETH

10/05/2019

22817080A4

U of Fl PD

BAIN II,KENNETH,A

HERRING

09/28/2018

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:13

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:16

0.077Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 10/31/2018 15:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001283CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5310/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:37

High Springs PD

PRESNELL,ETHAN

08/05/2020

17618080A3

High Springs PD

YAKUBSIN,JAMES,R

JOHNSON

10/11/2018

8100.27

HIGH SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.080Control Test 03:40

0.000Air Blank 03:40

# 1Subject Sample 03:42 Subject Test Refused

0.000Breath Volume 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 11/13/2018 03:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001283CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:3010/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:18

High Springs PD

PRESNELL,ETHAN

08/05/2020

17618080A3

High Springs PD

YAKUBSIN,JAMES,R

PYLES

10/11/2018

8100.27

HIGH SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.081Control Test 23:00

0.000Air Blank 23:01

# 1 0.000Subject Sample 23:01

1.742Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.000Subject Sample 23:05

1.632Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 11/13/2018 03:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:2510/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:45

FHP Troop B

KELLER,JERRIT

12/01/2019

644476

FHP Troop B

KELLER,JERRIT,W

MEEHAN

09/13/2018

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

# 1 0.130Subject Sample 02:56

4.781Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.129Subject Sample 02:59

4.453Breath Volume 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 11/04/2018 20:33

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:32:0910/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:56

06:46

FHP Troop G

FARLEY,JOSEPH

01/05/2019

32316080A3

FHP Troop G

FARLEY,JOSEPH,E

WALSH

09/25/2018

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:25

0.000Air Blank 07:26

0.081Control Test 07:26

0.000Air Blank 07:26

# 1 0.143Subject Sample 07:27

2.324Breath Volume 07:27

0.000Air Blank 07:28

0.000Air Blank 07:30

# 2 0.141Subject Sample 07:30

2.277Breath Volume 07:30

0.000Air Blank 07:31

0.081Control Test 07:31

0.000Air Blank 07:32

OKDiagnostics Check 07:32

Data Download Date/Time: 10/31/2018 07:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:5210/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:10

FHP Troop B

JANKOWSKI,JAMES

02/26/2020

AG805701

Union County SO

HOFMANN,TRAVIS,A

JOHNSON

09/21/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

Air Blank 02:59 RFI Detect

0.000Air Blank 02:59

Data Download Date/Time: 10/27/2018 20:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:2610/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:10

FHP Troop B

JANKOWSKI,JAMES

02/26/2020

AG805701

Union County SO

HOFMANN,TRAVIS,A

JOHNSON

09/21/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

# 1 0.153Subject Sample 03:04

1.777Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.150Subject Sample 03:07

1.882Breath Volume 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 10/27/2018 20:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:2810/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:53

Bradford County SO

WILLIAMS,TERRELL

02/26/2020

AG805701

Bradford County SO

WILLIAMS,TERRELL,G

DEVORE

09/21/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.078Control Test 00:26

0.000Air Blank 00:26

# 1Subject Sample 00:29 No Sample Provided

0.000Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2Subject Sample 00:33 Subject Test Refused

0.000Breath Volume 00:33

0.000Air Blank 00:33

0.077Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 10/27/2018 20:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:5910/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:18

15:09

Levy County SO

MURPHY,BLAKE

02/26/2020

AG805701

Chiefland PD

DAVIS,MATTHEW,R

KELLY

09/20/2018

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:38

0.000Air Blank 16:39

0.078Control Test 16:39

0.000Air Blank 16:39

# 1Subject Sample 16:40 Subject Test Refused

0.000Breath Volume 16:40

0.000Air Blank 16:41

0.078Control Test 16:41

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 10/28/2018 00:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:4210/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:24

Levy County SO

HORNE,ALTON

02/26/2020

AG805701

Levy County SO

DOWLING,DAKOTA,A

ORTIZ

09/20/2018

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:23

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.078Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 10/28/2018 00:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5710/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:43

Santa Rosa County SO

HARMON,MICHAEL

02/26/2020

AG805702

Santa Rosa County SO

HARMON,MICHAEL,A

SASSER

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:11

# 1 0.000Subject Sample 04:12

1.847Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.000Subject Sample 04:15

1.484Breath Volume 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:54:3310/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

13:42

FHP Troop A

COOK,RUSSELL

02/26/2020

AG805702

FHP Troop A

COOK,RUSSELL,L

ROBBINS

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:51

0.000Air Blank 14:51

0.079Control Test 14:51

0.000Air Blank 14:52

# 1 0.214Subject Sample 14:52

2.351Breath Volume 14:52

Air Blank 14:53 RFI Detect

0.000Air Blank 14:53

0.079Control Test 14:53

0.000Air Blank 14:54

OKDiagnostics Check 14:54

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:02:0010/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

13:42

FHP Troop A

COOK,RUSSELL

02/26/2020

AG805702

FHP Troop A

COOK,RUSSELL,L

ROBBINS

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:56

0.000Air Blank 14:56

0.079Control Test 14:56

0.000Air Blank 14:57

# 1 0.215Subject Sample 14:57

1.761Breath Volume 14:57

0.000Air Blank 14:58

0.000Air Blank 15:00

# 2Subject Sample 15:00 RFI Detect

0.000Breath Volume 15:00

0.000Air Blank 15:01

0.079Control Test 15:01

0.000Air Blank 15:01

OKDiagnostics Check 15:02

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:05:5510/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

13:42

FHP Troop A

COOK,RUSSELL

02/26/2020

AG805702

FHP Troop A

COOK,RUSSELL,L

ROBBINS

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:03

0.000Air Blank 15:03

0.079Control Test 15:04

0.000Air Blank 15:04

# 1 0.205Subject Sample 15:05

1.601Breath Volume 15:05

Air Blank 15:05 RFI Detect

Air Blank 15:05 RFI Detect

0.000Air Blank 15:05

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:4610/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

13:42

FHP Troop A

COOK,RUSSELL

02/26/2020

AG805702

FHP Troop A

COOK,RUSSELL,L

ROBBINS

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:10

0.000Air Blank 15:10

0.079Control Test 15:10

0.000Air Blank 15:11

# 1 0.204Subject Sample 15:11

2.085Breath Volume 15:11

Air Blank 15:11 RFI Detect

0.000Air Blank 15:12

0.000Control Test 15:12 RFI Detect

Air Blank 15:12 RFI Detect

Data Download Date/Time: 11/03/2018 00:38

13 December 2018

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:20:1910/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

13:42

FHP Troop A

COOK,RUSSELL

02/26/2020

AG805702

FHP Troop A

COOK,RUSSELL,L

ROBBINS

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:14

0.000Air Blank 15:14

0.078Control Test 15:14

0.000Air Blank 15:15

# 1 0.208Subject Sample 15:15

2.726Breath Volume 15:15

0.000Air Blank 15:16

0.000Air Blank 15:18

# 2 0.198Subject Sample 15:18

2.492Breath Volume 15:18

0.000Air Blank 15:19

0.078Control Test 15:19

0.000Air Blank 15:20

OKDiagnostics Check 15:20

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2510/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:50

Santa Rosa County SO

CALABRO,ALFRED

02/26/2020

AG805702

Santa Rosa County SO

PSINAS,JARED,E

RODRIGUEZ

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1Subject Sample 23:45 No Sample Provided

0.000Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:4810/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:19

Santa Rosa County SO

DOGGETTE,MASON

02/26/2020

AG805702

Santa Rosa County SO

FERNANDEZ,JILLIAN,R

MCCOY

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

# 1 0.000Subject Sample 01:12

3.003Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.000Subject Sample 01:15

3.417Breath Volume 01:15

0.000Air Blank 01:15

0.079Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:5610/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:55

Santa Rosa County SO

ROBERSON,GABRIEL

02/26/2020

AG805702

Santa Rosa County SO

ROBERSON,GABRIEL,A

OSBORNE

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:58

0.000Air Blank 05:58

0.080Control Test 05:59

Air Blank 05:59 RFI Detect

0.000Air Blank 05:59

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:3510/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:55

Santa Rosa County SO

ROBERSON,GABRIEL

02/26/2020

AG805702

Santa Rosa County SO

ROBERSON,GABRIEL,A

OSBORNE

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.079Control Test 06:02

0.000Air Blank 06:02

# 1 0.056Subject Sample 06:03

1.136Breath Volume 06:03

0.000Air Blank 06:03

0.000Air Blank 06:05

# 2 0.059Subject Sample 06:06

2.312Breath Volume 06:06

0.000Air Blank 06:06

0.079Control Test 06:07

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:0710/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:09

Santa Rosa County SO

HARMON,MICHAEL

02/26/2020

AG805702

Santa Rosa County SO

HARMON,MICHAEL,A

DRICK

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:16

# 1Subject Sample 22:16 Subject Test Refused

0.000Breath Volume 22:16

0.000Air Blank 22:17

0.079Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:0710/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:36

Santa Rosa County SO

FERNANDEZ,JILLIAN

02/26/2020

AG805702

Santa Rosa County SO

FERNANDEZ,JILLIAN,R

BROWN

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:58

# 1 0.150Subject Sample 00:59

2.507Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.157Subject Sample 01:02

2.371Breath Volume 01:02

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3910/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:47

Santa Rosa County SO

PACE,KAITLYN

02/26/2020

AG805702

Santa Rosa County SO

PACE,KAITLYN,E

HARDON

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:50

# 1 0.215Subject Sample 02:51

2.457Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.210Subject Sample 02:54

2.871Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:3210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:43

Santa Rosa County SO

ROWELL,DAVID

02/26/2020

AG805702

Santa Rosa County SO

ROWELL,DAVID,M

BUSCH

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:21

# 1 0.181Subject Sample 05:23

1.691Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.176Subject Sample 05:27

1.347Breath Volume 05:27

0.000Air Blank 05:27

0.079Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:1210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:27

Santa Rosa County SO

TERHUNE,JEREMY

02/26/2020

AG805702

Santa Rosa County SO

TERHUNE,JEREMY,M

BARTON

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.079Control Test 20:07

0.000Air Blank 20:07

# 1Subject Sample 20:09 Subject Test Refused

0.000Breath Volume 20:09

0.000Air Blank 20:10

0.079Control Test 20:10

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:4710/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:57

Santa Rosa County SO

PIERCE,CHARLES

02/26/2020

AG805702

Santa Rosa County SO

PIERCE,CHARLES,E

LEONARD

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.079Control Test 21:41

0.000Air Blank 21:41

# 1Subject Sample 21:44 No Sample Provided

0.000Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2Subject Sample 21:50 No Sample Provided

0.000Breath Volume 21:50

0.000Air Blank 21:50

0.079Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:3110/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

20:44

Santa Rosa County SO

ALEXANDER,LLOYD

02/26/2020

AG805702

Santa Rosa County SO

ALEXANDER,LLOYD,A

LEWANDA

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.079Control Test 21:59

0.000Air Blank 21:59

# 1 0.000Subject Sample 22:00

2.250Breath Volume 22:00

0.000Air Blank 22:00

0.000Air Blank 22:02

# 2 0.000Subject Sample 22:03

2.636Breath Volume 22:03

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0910/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:01

Santa Rosa County SO

CLIFFT,CORY

02/26/2020

AG805702

Milton PD

SPENCER,RAYMOND,L

ASHLAW

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3910/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:58

Santa Rosa County SO

HARMON,MICHAEL

02/26/2020

AG805702

Santa Rosa County SO

HARMON,MICHAEL,A

VASHI

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

# 1 0.201Subject Sample 04:06

2.523Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.212Subject Sample 04:10

2.550Breath Volume 04:10

0.000Air Blank 04:10

0.078Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:1310/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:21

Santa Rosa County SO

ALEXANDER,LLOYD

02/26/2020

AG805702

Santa Rosa County SO

ALEXANDER,LLOYD,A

ZIMMERLY

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.079Control Test 20:19

0.000Air Blank 20:19

# 1 0.230Subject Sample 20:22

1.757Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.218Subject Sample 20:25

1.738Breath Volume 20:25

0.000Air Blank 20:26

0.078Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:1910/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:30

FHP Troop A

MANNING,CARL

02/26/2020

AG805702

FHP Troop A

MANNING,CARL,T

MILLER

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

# 1 0.050Subject Sample 03:15

2.691Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.056Subject Sample 03:18

1.843Breath Volume 03:18

0.000Air Blank 03:19

0.078Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:56:1110/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:29

06:52

Santa Rosa County SO

ROBERSON,GABRIEL

02/26/2020

AG805702

Santa Rosa County SO

ROBERSON,GABRIEL,A

WRIGHT

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:49

0.000Air Blank 07:49

0.079Control Test 07:50

0.000Air Blank 07:50

# 1 0.126Subject Sample 07:51

1.871Breath Volume 07:51

0.000Air Blank 07:51

0.000Air Blank 07:53

# 2 0.125Subject Sample 07:54

1.496Breath Volume 07:54

0.000Air Blank 07:55

0.078Control Test 07:55

0.000Air Blank 07:56

OKDiagnostics Check 07:56

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:4210/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

17:09

Santa Rosa County SO

THOMPSON,W

02/26/2020

AG805702

Milton PD

KESSINGER,BRANDT,J

COOKE

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:01

0.000Air Blank 18:01

0.079Control Test 18:01

0.000Air Blank 18:02

# 1 0.316Subject Sample 18:03

2.945Breath Volume 18:03

0.000Air Blank 18:03

0.000Air Blank 18:05

# 2 0.321Subject Sample 18:06

2.910Breath Volume 18:06

0.000Air Blank 18:06

0.078Control Test 18:07

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:2910/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:32

FHP Troop A

PEREIRA,JOSE

02/26/2020

AG805702

FHP Troop A

PEREIRA,JOSE,L

CARTER JR

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

# 1 0.192Subject Sample 23:37

2.078Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.186Subject Sample 23:40

2.101Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:5310/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:09

Santa Rosa County SO

CRIBB,BRIAN

02/26/2020

AG805702

Santa Rosa County SO

CRIBB,BRIAN,S

CASTILLO

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:07

# 1 0.179Subject Sample 23:07

2.128Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:09

# 2 0.176Subject Sample 23:10

1.949Breath Volume 23:10

0.000Air Blank 23:10

0.078Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3010/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:20

Santa Rosa County SO

MERRILL,CHRISTOPHER

02/26/2020

AG805702

Santa Rosa County SO

MERRILL,CHRISTOPHER,M

ROLLINS

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.079Control Test 04:07

0.000Air Blank 04:07

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4710/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:41

FHP Troop A

PEREIRA,JOSE

02/26/2020

AG805702

FHP Troop A

PEREIRA,JOSE,L

LOUVIERE

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.079Control Test 00:31

0.000Air Blank 00:31

# 1Subject Sample 00:34 No Sample Provided

0.000Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.196Subject Sample 00:40 Volume Not Met

0.015Breath Volume 00:40

0.000Air Blank 00:40

0.076Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3110/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:41

FHP Troop A

PEREIRA,JOSE

02/26/2020

AG805702

FHP Troop A

PEREIRA,JOSE,L

LOUVIERE

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.077Control Test 00:45

0.000Air Blank 00:45

# 1 0.301Subject Sample 00:46

3.007Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.308Subject Sample 00:48

3.152Breath Volume 00:48

0.000Air Blank 00:49

0.077Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:11:3810/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:45

07:40

FHP Troop A

PASCHEL,THOMAS

02/26/2020

AG805702

FHP Troop A

SLICK,LOREN,D

OWEN

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:05

0.000Air Blank 10:05

0.080Control Test 10:06

0.000Air Blank 10:06

# 1 0.000Subject Sample 10:07

2.894Breath Volume 10:07

0.000Air Blank 10:07

0.000Air Blank 10:09

# 2 0.000Subject Sample 10:10

3.574Breath Volume 10:10

0.000Air Blank 10:10

0.079Control Test 10:11

0.000Air Blank 10:11

OKDiagnostics Check 10:11

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:2610/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:34

Santa Rosa County SO

JONES,ANNA

02/26/2020

AG805702

Santa Rosa County SO

JONES,ANNA,L

BROWN

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.079Control Test 23:46

0.000Air Blank 23:46

# 1 0.000Subject Sample 23:49

2.617Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.000Subject Sample 23:52

2.613Breath Volume 23:52

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:3710/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:42

Santa Rosa County SO

CALABRO,ALFRED

02/26/2020

AG805702

Santa Rosa County SO

CALABRO,ALFRED,J

ELAM

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:32

0.000Air Blank 05:33

0.079Control Test 05:33

0.000Air Blank 05:33

# 1 0.155Subject Sample 05:37 Volume Not Met

0.101Breath Volume 05:37

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.197Subject Sample 05:40

1.132Breath Volume 05:40

0.000Air Blank 05:41

0.000Air Blank 05:42

# 3 0.180Subject Sample 05:45 Volume Not Met

0.058Breath Volume 05:45

0.000Air Blank 05:46

0.078Control Test 05:47

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:0410/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:08

Santa Rosa County SO

MERRILL,CHRISTOPHER

02/26/2020

AG805702

Santa Rosa County SO

MERRILL,CHRISTOPHER,M

HAYS

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:03

# 1 0.000Subject Sample 05:05

1.332Breath Volume 05:05

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.000Subject Sample 05:08

1.679Breath Volume 05:08

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:10

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:52:5210/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:21

14:08

Santa Rosa County SO

BRUCE,HEATHER

02/26/2020

AG805702

Santa Rosa County SO

BRUCE,HEATHER,N

HIDALGO

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:50

0.000Air Blank 14:50

0.080Control Test 14:50

0.000Air Blank 14:51

# 1Subject Sample 14:51 Subject Test Refused

0.000Breath Volume 14:51

0.000Air Blank 14:51

0.080Control Test 14:52

0.000Air Blank 14:52

OKDiagnostics Check 14:52

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:2710/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:08

Santa Rosa County SO

JONES,ANNA

02/26/2020

AG805702

Santa Rosa County SO

JONES,ANNA,L

BONCKOWSKI

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.080Control Test 21:00

0.000Air Blank 21:00

# 1 0.000Subject Sample 21:01

3.863Breath Volume 21:01

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.000Subject Sample 21:04

3.996Breath Volume 21:04

0.000Air Blank 21:04

0.080Control Test 21:04

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:1710/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:15

Santa Rosa County SO

BIRCH,JESSIE

02/26/2020

AG805702

Santa Rosa County SO

BIRCH,JESSIE,E

BRITT

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.080Control Test 05:32

0.000Air Blank 05:32

# 1 0.194Subject Sample 05:35

1.699Breath Volume 05:35

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.201Subject Sample 05:38

1.300Breath Volume 05:38

0.000Air Blank 05:39

0.079Control Test 05:39

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:5410/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:34

Santa Rosa County SO

CLIFFT,CORY

02/26/2020

AG805702

Milton PD

BIRCH,JESSIE,E

BOYD

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.079Control Test 00:15

0.000Air Blank 00:15

# 1Subject Sample 00:16 Subject Test Refused

0.000Breath Volume 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 11/03/2018 00:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:5810/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:20

Santa Rosa County SO

KESSINGER,BRANDT

02/26/2020

AG805702

Santa Rosa County SO

KESSINGER,BRANDT,J

JONES

09/21/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 1 0.181Subject Sample 00:00

3.261Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.186Subject Sample 00:04

3.398Breath Volume 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 11/03/2018 00:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:1110/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:00

Bay County SO

MCGOWIN,JAKE

08/12/2019

AG722402

Bay County SO

NELSON,RYAN,D

MORGAN

09/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

# 1 0.000Subject Sample 03:51

1.898Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.000Subject Sample 03:54

1.453Breath Volume 03:54

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 11/11/2018 13:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:1810/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

11:15

FHP Troop A

LEWIS,TIMOTHY

08/12/2019

AG722402

FHP Troop A

LEWIS,TIMOTHY,B

GADHIA

09/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.214Subject Sample 01:22

2.121Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.210Subject Sample 01:24

1.554Breath Volume 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 11/11/2018 13:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:2310/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:47

04:34

FHP Troop A

LEWIS,TIMOTHY

08/12/2019

AG722402

FHP Troop A

LEWIS,TIMOTHY,B

LOCKLEAR

09/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:07

0.000Air Blank 06:07

0.081Control Test 06:07

0.000Air Blank 06:08

# 1 0.182Subject Sample 06:09

1.980Breath Volume 06:09

0.000Air Blank 06:09

0.000Air Blank 06:11

# 2 0.168Subject Sample 06:11

1.421Breath Volume 06:11

0.000Air Blank 06:12

0.080Control Test 06:12

0.000Air Blank 06:13

OKDiagnostics Check 06:13

Data Download Date/Time: 11/11/2018 13:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:1410/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:13

Bay County SO

BOX,CHRISTOPHER

08/12/2019

AG722402

Bay County SO

NELSON,RYAN,D

JIMENEZ-PRIMERO

09/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:56

0.000Air Blank 22:56

# 1Subject Sample 22:56 Subject Test Refused

0.000Breath Volume 22:56

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 11/11/2018 13:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:3210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:46

Bay County SO

POTTER,MONTREZ

08/12/2019

AG722402

Bay County SO

NELSON,RYAN,D

GASPARD

09/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1 0.177Subject Sample 02:44

2.554Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.173Subject Sample 02:48

2.492Breath Volume 02:48

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 11/11/2018 13:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:0010/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:17

Bay County SO

DEUTSCHE,MARTIN

08/12/2019

AG722402

Bay County SO

NELSON,RYAN,D

BLAKE

09/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:14

# 1 0.190Subject Sample 04:15

1.652Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.186Subject Sample 04:19

1.429Breath Volume 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:21

Data Download Date/Time: 11/11/2018 13:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:3010/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:14

Bay County SO

HALL,NICHOLAS

08/12/2019

AG722402

Bay County SO

HALL,NICHOLAS,A

HARRISON

09/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:01

# 1Subject Sample 23:02 Subject Test Refused

0.000Breath Volume 23:02

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 11/11/2018 13:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:2810/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:54

Lynn Haven PD

DUTTON,KERRY

08/12/2019

AG722402

Lynn Haven PD

DUTTON,KERRY,L

FOGARTY

10/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:30

0.000Air Blank 19:30

0.079Control Test 19:30

0.000Air Blank 19:31

# 1Subject Sample 19:34 Subject Test Refused

0.000Breath Volume 19:34

0.000Air Blank 19:34

0.079Control Test 19:34

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 11/11/2018 13:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:2910/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:22

Panama City PD

MERRITT,DAKOTA

10/10/2018

AG628401

Panama City PD

MERRITT,DAKOTA,A

EVANS

09/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

# 1 0.148Subject Sample 01:14 Volume Not Met

0.164Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.150Subject Sample 01:19 Volume Not Met

0.402Breath Volume 01:19

0.000Air Blank 01:20

0.077Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 11/11/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:5810/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:18

Niceville PD

BIGNER,CHRISTIAN

12/06/2020

869968

Niceville PD

TRAN,DAVID,V

CAMBELL

09/30/2018

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.080Control Test 23:25

0.000Air Blank 23:25

# 1 0.130Subject Sample 23:26

1.464Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.120Subject Sample 23:29

2.191Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/04/2018 07:52

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:1310/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:35

Niceville PD

BIGNER,CHRISTIAN

12/06/2020

869968

Niceville PD

TRAN,DAVID,V

MORROW

09/30/2018

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.079Control Test 05:26

0.000Air Blank 05:27

# 1 0.120Subject Sample 05:27

2.175Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.115Subject Sample 05:30

1.476Breath Volume 05:30

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 11/04/2018 07:52

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:0410/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:50

Niceville PD

FORDHAM,CHRISTOPHER

12/06/2020

869968

Niceville PD

FORDHAM,CHRISTOPHER,D

FORDHAM

09/30/2018

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.081Control Test 04:41

0.000Air Blank 04:42

# 1 0.000Subject Sample 04:42

1.343Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.000Subject Sample 04:46

2.929Breath Volume 04:46

0.000Air Blank 04:47

0.082Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:48

Data Download Date/Time: 11/04/2018 07:52

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:0910/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:21

12:20

Eglin AFB PD

FOY,CALEB

12/06/2020

869968

Eglin AFB PD

STONE,MICHAEL,T

PARKER

09/30/2018

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:04

0.000Air Blank 15:05

0.080Control Test 15:05

0.000Air Blank 15:06

# 1 0.080Subject Sample 15:06

2.402Breath Volume 15:06

0.000Air Blank 15:07

0.000Air Blank 15:09

# 2 0.075Subject Sample 15:09

1.191Breath Volume 15:09

0.000Air Blank 15:10

0.080Control Test 15:10

0.000Air Blank 15:11

OKDiagnostics Check 15:11

Data Download Date/Time: 11/04/2018 07:52

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:33:0310/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:05

10:06

Niceville PD

CARRICO,KELLY

12/06/2020

869968

Niceville PD

CARRICO,KELLY,D

IZQUIERDO

09/30/2018

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:25

0.000Air Blank 11:26

0.081Control Test 11:26

0.000Air Blank 11:27

# 1 0.000Subject Sample 11:28

1.609Breath Volume 11:28

0.000Air Blank 11:29

0.000Air Blank 11:31

# 2 0.000Subject Sample 11:31

1.804Breath Volume 11:31

0.000Air Blank 11:32

0.081Control Test 11:32

0.000Air Blank 11:32

OKDiagnostics Check 11:33

Data Download Date/Time: 11/04/2018 07:52

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:2210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:12

Walton County SO

BOWLES,MELISSA

08/04/2019

507129

Walton County SO

GAYDOS,JONATHAN,A

KNOLL

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.080Control Test 22:26

0.000Air Blank 22:26

# 1Subject Sample 22:29 No Sample Provided

0.000Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2Subject Sample 22:32 Subject Test Refused

0.000Breath Volume 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 10/21/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:01:4310/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:00

10:00

Walton County SO

BENNETT,DAVID

08/04/2019

507129

Walton County SO

BENNETT,DAVID,J

LANASA

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:55

0.000Air Blank 10:55

0.080Control Test 10:56

0.000Air Blank 10:56

# 1 0.000Subject Sample 10:57

5.222Breath Volume 10:57

0.000Air Blank 10:57

0.000Air Blank 10:59

# 2 0.000Subject Sample 11:00

3.386Breath Volume 11:00

0.000Air Blank 11:00

0.079Control Test 11:01

0.000Air Blank 11:01

OKDiagnostics Check 11:01

Data Download Date/Time: 10/21/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:26:2010/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:40

13:13

Walton County SO

PARSONS,CHRISTOPHER

08/04/2019

507129

Walton County SO

BENNETT,DAVID,J

GARCIA

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:21

0.000Air Blank 14:22

0.079Control Test 14:22

0.000Air Blank 14:22

# 1Subject Sample 14:24 Subject Test Refused

0.000Breath Volume 14:24

0.000Air Blank 14:25

0.080Control Test 14:25

0.000Air Blank 14:26

OKDiagnostics Check 14:26

Data Download Date/Time: 10/21/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:30:3610/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

06:10

Walton County SO

KING,JENNIFER

08/04/2019

507129

Walton County SO

BENNETT,DAVID,J

WAGNER

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:24

0.000Air Blank 07:24

0.079Control Test 07:24

0.000Air Blank 07:25

# 1 0.280Subject Sample 07:25

3.691Breath Volume 07:25

0.000Air Blank 07:26

0.000Air Blank 07:28

# 2 0.278Subject Sample 07:28

1.734Breath Volume 07:28

0.000Air Blank 07:29

0.078Control Test 07:29

0.000Air Blank 07:30

OKDiagnostics Check 07:30

Data Download Date/Time: 10/21/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:53:5710/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:19

14:18

Walton County SO

CAREY,ANDREW

08/04/2019

507129

Walton County SO

CURTIS,WILLIAM,E

BREWER

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:43

0.000Air Blank 15:44

0.080Control Test 15:44

0.000Air Blank 15:45

# 1Subject Sample 15:48 No Sample Provided

0.000Breath Volume 15:48

0.000Air Blank 15:48

0.000Air Blank 15:50

# 2Subject Sample 15:52 Subject Test Refused

0.000Breath Volume 15:52

0.000Air Blank 15:53

0.080Control Test 15:53

0.000Air Blank 15:53

OKDiagnostics Check 15:53

Data Download Date/Time: 10/21/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5310/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:16

Walton County SO

MCGHEE,DARRYL

08/04/2019

507129

Walton County SO

ELLISON,STEVEN,L

MOREY

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:30

# 1 0.121Subject Sample 04:31

2.335Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.112Subject Sample 04:34

2.828Breath Volume 04:34

0.000Air Blank 04:34

0.081Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 10/21/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5210/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

00:46

Walton County SO

GAYDOS,JONATHAN

08/04/2019

507129

Walton County SO

GAYDOS,JONATHAN,A

BROWN

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

# 1 0.161Subject Sample 01:57

1.578Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.171Subject Sample 02:00

2.160Breath Volume 02:00

0.000Air Blank 02:00

0.081Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 10/21/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:00:1710/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:30

10:45

FHP Troop A

KEMP,MARK

08/04/2019

507129

FHP Troop A

KEMP,MARK,A

CURTIS

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:54

0.000Air Blank 12:54

0.081Control Test 12:54

0.000Air Blank 12:55

# 1 0.000Subject Sample 12:55

1.375Breath Volume 12:55

0.000Air Blank 12:56

0.000Air Blank 12:58

# 2 0.000Subject Sample 12:58

2.113Breath Volume 12:58

0.000Air Blank 12:59

0.081Control Test 12:59

0.000Air Blank 13:00

OKDiagnostics Check 13:00

Data Download Date/Time: 10/21/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:4510/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:39

Walton County SO

COKONOUGHER,ROBERT

08/04/2019

507129

Walton County SO

AVERY,JOHN,W

LIVINGSTON

10/21/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.080Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 11/16/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2510/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:20

Walton County SO

CAREY,ANDREW

04/03/2020

754250

Walton County SO

GAYDOS,SAVANNAH,M

BURNS

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.080Control Test 22:21

0.000Air Blank 22:21

# 1 0.149Subject Sample 22:22

2.414Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.144Subject Sample 22:25

2.187Breath Volume 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:4210/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:10

Walton County SO

MCGHEE,DARRYL

04/03/2020

754250

Walton County SO

GUNN,CONNOR,S

GARCIA

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.202Subject Sample 03:03 Volume Not Met

0.476Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:05

# 2 0.144Subject Sample 03:08 Volume Not Met

0.386Breath Volume 03:08

0.000Air Blank 03:09

0.079Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5610/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:10

Walton County SO

MCGHEE,DARRYL

04/03/2020

754250

Walton County SO

GUNN,CONNOR,S

GARCIA

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.076Control Test 03:13

0.000Air Blank 03:13

# 1 0.134Subject Sample 03:16 Volume Not Met

0.261Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.168Subject Sample 03:22 Volume Not Met

0.031Breath Volume 03:22

0.000Air Blank 03:23

0.076Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:5210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:36

Walton County SO

MCGEE,DARRYL

04/03/2020

754250

Walton County SO

HUTTO,KYLE,K

WAKEFORD

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:21

0.078Control Test 20:22

0.000Air Blank 20:22

# 1 0.233Subject Sample 20:25

1.710Breath Volume 20:25

0.000Air Blank 20:25

0.000Air Blank 20:27

# 2 0.232Subject Sample 20:28

1.488Breath Volume 20:28

0.000Air Blank 20:28

0.078Control Test 20:29

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:0310/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:31

Walton County SO

MCMILLIAN,RUSSELL

04/03/2020

754250

Walton County SO

DENNING,LUKE,

LEACH

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:48

0.000Air Blank 15:48

0.079Control Test 15:48

0.000Air Blank 15:49

# 1Subject Sample 15:52 Subject Test Refused

0.066Breath Volume 15:52

0.000Air Blank 15:53

0.082Control Test 15:53

0.000Air Blank 15:53

OKDiagnostics Check 15:54

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2210/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:24

Walton County SO

MALOY,JAMES

04/03/2020

754250

Walton County SO

GAYDOS,SAVANNAH,M

CALLAWAY

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

# 1 0.164Subject Sample 02:36

2.234Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.166Subject Sample 02:39

1.898Breath Volume 02:39

0.000Air Blank 02:40

0.078Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0010/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:56

Walton County SO

MCLEOD,JOEL

04/03/2020

754250

Walton County SO

MCLEOD,JOEL,A

SHOCK

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.251Subject Sample 02:42

2.394Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.248Subject Sample 02:45

2.214Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:47

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:2710/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:05

Walton County SO

KENNEDY,SCOTT

04/03/2020

754250

Walton County SO

DENNING,LUKE,

PACE

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:05

0.000Air Blank 18:05

0.080Control Test 18:06

0.000Air Blank 18:06

# 1 0.240Subject Sample 18:09

1.695Breath Volume 18:09

0.000Air Blank 18:10

0.000Air Blank 18:11

# 2 0.248Subject Sample 18:12

1.382Breath Volume 18:12

0.000Air Blank 18:13

0.075Control Test 18:13

0.000Air Blank 18:14

OKDiagnostics Check 18:14

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:14:3510/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:38

00:00

Walton County SO

NONE,NONE

04/03/2020

754250

Walton County SO

KENDRICK,DEBORAH,F

LANASA

09/22/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:08

0.000Air Blank 12:08

0.079Control Test 12:09

0.000Air Blank 12:09

# 1 0.000Subject Sample 12:10

1.582Breath Volume 12:10

0.000Air Blank 12:10

0.000Air Blank 12:12

# 2 0.000Subject Sample 12:13

1.484Breath Volume 12:13

0.000Air Blank 12:13

0.079Control Test 12:13

0.000Air Blank 12:14

OKDiagnostics Check 12:14

Data Download Date/Time: 10/21/2018 22:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:16:1410/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

12:47

00:00

Walton County SO

NONE,NONE

04/03/2020

754250

Walton County SO

ROSNER,GARRETT,J

LANASA

10/21/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:09

0.000Air Blank 13:10

0.080Control Test 13:10

0.000Air Blank 13:11

# 1 0.000Subject Sample 13:11

4.976Breath Volume 13:11

0.000Air Blank 13:12

0.000Air Blank 13:14

# 2 0.000Subject Sample 13:14

3.132Breath Volume 13:14

0.000Air Blank 13:15

0.080Control Test 13:15

0.000Air Blank 13:16

OKDiagnostics Check 13:16

Data Download Date/Time: 11/16/2018 13:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:3710/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:18

Walton County SO

COKONOUGHER,ROBERT

04/03/2020

754250

Walton County SO

SCHULTZ,JEREMY,J

FERRO

10/21/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

# 1 0.000Subject Sample 01:27

3.601Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.000Subject Sample 01:30

3.718Breath Volume 01:30

0.000Air Blank 01:30

0.078Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 11/16/2018 13:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:26:0810/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

14:51

00:00

Walton County SO

NONE,NONE

04/03/2020

754250

Walton County SO

KENDRICK,DEBORAH,F

LANASA

10/21/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:20

0.000Air Blank 15:20

0.081Control Test 15:20

0.000Air Blank 15:21

# 1 0.000Subject Sample 15:21

1.324Breath Volume 15:21

0.000Air Blank 15:22

0.000Air Blank 15:24

# 2 0.000Subject Sample 15:24

1.878Breath Volume 15:24

0.000Air Blank 15:25

0.078Control Test 15:25

0.000Air Blank 15:26

OKDiagnostics Check 15:26

Data Download Date/Time: 11/16/2018 13:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:5610/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:54

Okeechobee County SO

PALADINO,STEPHEN

08/04/2019

507129

Okeechobee County SO

WILSON,BRANDON,W

PEWO

09/12/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:17

# 1Subject Sample 03:20 No Sample Provided

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 10/08/2018 09:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:0210/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:12

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

PATTERSON

09/12/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.078Control Test 21:50

0.000Air Blank 21:51

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.079Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:54

Data Download Date/Time: 10/08/2018 09:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5010/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:28

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

GARCIA

09/12/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:09

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 10/08/2018 09:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5410/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:25

FHP Troop L

MEER,BRADLEY

08/04/2019

507129

FHP Troop L

MEER,BRADLEY,J

STEVENSON

09/12/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.079Control Test 04:01

0.000Air Blank 04:01

# 1 0.085Subject Sample 04:02

1.824Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.085Subject Sample 04:05

2.031Breath Volume 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 10/08/2018 09:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:5810/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:50

Okeechobee County SO

FRANKLIN,DANIEL

08/04/2019

507129

Okeechobee County SO

AMMONS,RYANE,J

RUCKS

09/12/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:25

0.000Air Blank 17:25

0.080Control Test 17:25

0.000Air Blank 17:26

# 1Subject Sample 17:26 Subject Test Refused

0.000Breath Volume 17:26

0.000Air Blank 17:27

0.081Control Test 17:27

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 10/08/2018 09:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:4810/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:19

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

OROZCO

10/08/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:24

# 1 0.207Subject Sample 22:24

1.476Breath Volume 22:24

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.211Subject Sample 22:27

2.148Breath Volume 22:27

0.000Air Blank 22:27

0.080Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 11/07/2018 10:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:03:4610/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:37

16:57

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

FREEMAN

10/08/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:57

0.000Air Blank 17:57

0.080Control Test 17:58

0.000Air Blank 17:58

# 1 0.145Subject Sample 17:59

3.644Breath Volume 17:59

0.000Air Blank 17:59

0.000Air Blank 18:01

# 2 0.144Subject Sample 18:02

3.503Breath Volume 18:02

0.000Air Blank 18:02

0.080Control Test 18:03

0.000Air Blank 18:03

OKDiagnostics Check 18:03

Data Download Date/Time: 11/07/2018 10:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:3410/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:21

18:18

Okeechobee County SO

FRANKLIN,DANIEL

08/04/2019

507129

Okeechobee County SO

WRIGHT,MARK,A

EDWARDS

10/08/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:45

0.080Control Test 19:45

0.000Air Blank 19:46

# 1 0.150Subject Sample 19:46

1.753Breath Volume 19:46

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.147Subject Sample 19:50

1.945Breath Volume 19:50

0.000Air Blank 19:50

0.080Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 11/07/2018 10:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:43:4410/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:18

16:53

Okeechobee County SO

VULETA,BENJAMIN

08/04/2019

507129

Okeechobee County SO

COONROD,LISA,M

COONROD

10/08/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:38

0.000Air Blank 17:39

0.079Control Test 17:39

0.000Air Blank 17:40

# 1Subject Sample 17:42 Subject Test Refused

0.000Breath Volume 17:42

0.000Air Blank 17:42

0.080Control Test 17:43

0.000Air Blank 17:43

OKDiagnostics Check 17:43

Data Download Date/Time: 11/07/2018 10:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:5610/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:01

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

RODRIGUEZ

10/08/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:40

# 1 0.195Subject Sample 00:41

3.015Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.191Subject Sample 00:44

2.652Breath Volume 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 11/07/2018 10:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5510/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:42

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

WILSON,BRANDON,W

VARGAS SORTO

10/08/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.105Subject Sample 03:32

1.574Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.103Subject Sample 03:35

2.574Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 11/07/2018 10:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0110/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:43

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

WOODALL

10/08/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:20

# 1 0.134Subject Sample 00:20

4.511Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.132Subject Sample 00:23

4.273Breath Volume 00:23

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:25

Data Download Date/Time: 11/07/2018 10:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4410/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:47

Port St. Lucie PD

GASPAR,BENJAMIN

09/05/2019

19817080A1

Port St. Lucie PD

OJEDA,NELSON,J

KAES

09/24/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.079Control Test 02:24

0.000Air Blank 02:24

# 1 0.295Subject Sample 02:25

3.484Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.291Subject Sample 02:28

2.730Breath Volume 02:28

0.000Air Blank 02:28

0.077Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 10/30/2018 10:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:13:2410/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

09:30

Port St. Lucie PD

GARCIA,SALVADOR

09/05/2019

19817080A1

Port St. Lucie PD

GARCIA,SALVADOR,

DIBBLE

09/24/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 10:07

0.000Air Blank 10:07

0.079Control Test 10:07

0.000Air Blank 10:08

# 1 0.000Subject Sample 10:08

2.183Breath Volume 10:08

0.000Air Blank 10:09

0.000Air Blank 10:11

# 2 0.000Subject Sample 10:12

1.289Breath Volume 10:12

0.000Air Blank 10:12

0.078Control Test 10:12

0.000Air Blank 10:13

OKDiagnostics Check 10:13

Data Download Date/Time: 10/30/2018 10:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:12:3210/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:39

12:13

Indian River Co SO

MCKENZIE,BRANDON

02/07/2021

906364

Sebastian PD

KANE,JAMES,G

BOND

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:05

0.000Air Blank 13:05

0.079Control Test 13:05

0.000Air Blank 13:06

# 1 0.341Subject Sample 13:07

4.042Breath Volume 13:07

0.000Air Blank 13:08

0.000Air Blank 13:10

# 2 0.348Subject Sample 13:10

4.167Breath Volume 13:10

0.000Air Blank 13:11

0.079Control Test 13:11

0.000Air Blank 13:12

OKDiagnostics Check 13:12

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1610/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:27

Indian River Co SO

BRASHEARS,ERIC

02/07/2021

906364

Indian River Co SO

RAYMOND,FRANK,W

MICHAEL

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.079Control Test 03:27

0.000Air Blank 03:27

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:3510/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:27

Indian River Co SO

FERGUSON,M

02/07/2021

906364

Indian River Co SO

HISS,J,M

PENN

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.079Control Test 19:11

0.000Air Blank 19:12

# 1Subject Sample 19:12 Subject Test Refused

0.000Breath Volume 19:12

0.000Air Blank 19:12

0.079Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0310/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:20

Vero Beach PD

ORTIZ,TAYLOR

02/07/2021

906364

Vero Beach PD

DOMINGUEZ,OSCAR,

PEDERSEN

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.079Control Test 03:22

0.000Air Blank 03:22

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:25

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:3110/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:01

Indian River Co SO

GETCHELL,ERIC

02/07/2021

906364

Indian River Co SO

KANTORSKI,MARK,A

CONN

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:24

# 1 0.132Subject Sample 00:25

2.738Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.129Subject Sample 00:29

1.386Breath Volume 00:29

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3710/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:43

Indian River Co SO

EGGERS,RYAN

02/07/2021

906364

Indian River Co SO

EGGERS,RYAN,K

MAGRINI

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:27

# 1 0.134Subject Sample 03:28

2.636Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.142Subject Sample 03:32

4.304Breath Volume 03:32

0.000Air Blank 03:32

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:48:0310/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:07

06:27

Indian River Co SO

MCKENZIE,BRIAN

02/07/2021

906364

Sebastian PD

KANTORSKI,MARK,A

MILLETTE

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:45

0.000Air Blank 07:45

0.080Control Test 07:46

0.000Air Blank 07:46

# 1Subject Sample 07:46 Subject Test Refused

0.000Breath Volume 07:46

0.000Air Blank 07:47

0.079Control Test 07:47

0.000Air Blank 07:47

OKDiagnostics Check 07:48

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:0810/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:07

Indian River Co SO

LE,Q

02/07/2021

906364

Indian River Co SO

RODRIGUEZ,MAEGAN,R

DIFILLIPO

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:04

# 1 0.202Subject Sample 21:04

1.718Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.192Subject Sample 21:07

1.546Breath Volume 21:07

0.000Air Blank 21:08

0.079Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:5110/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:42

Indian River Co SO

QUINN,THOMAS

02/07/2021

906364

Sebastian PD

KANTORSKI,MARK,A

PHILO

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:34

# 1 0.176Subject Sample 02:38 Volume Not Met

0.453Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2Subject Sample 02:43 Subject Test Refused

0.035Breath Volume 02:43

0.000Air Blank 02:43

0.078Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:1810/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:04

Indian River Co SO

MCKENZIE,BRANDON

02/07/2021

906364

Sebastian PD

WILLIAMS,QUINTON,T

CURETON

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:36

0.000Air Blank 18:37

0.079Control Test 18:37

0.000Air Blank 18:38

# 1Subject Sample 18:41 No Sample Provided

0.000Breath Volume 18:41

0.000Air Blank 18:41

0.000Air Blank 18:43

# 2Subject Sample 18:43 Subject Test Refused

0.000Breath Volume 18:43

0.000Air Blank 18:44

0.079Control Test 18:44

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1710/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:36

Indian River Co SO

PRIMAVERA,SEAN

02/07/2021

906364

Indian River Co SO

HAMILTON,DEVIN,C

HODGE

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

# 1 0.199Subject Sample 01:15

1.511Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.191Subject Sample 01:20

1.937Breath Volume 01:20

0.000Air Blank 01:21

0.078Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:1710/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:04

Indian River Co SO

FRICKE,JOANNA

02/07/2021

906364

Indian River Co SO

KANTORSKI,MARK,A

ROBINSON

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

# 1 0.042Subject Sample 02:47

2.566Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.042Subject Sample 02:50

2.113Breath Volume 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:3210/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:23

Indian River Co SO

SOMOZA,E

02/07/2021

906364

Vero Beach PD

WHILE,C,

ROMERO

09/14/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:11

0.000Air Blank 23:11

# 1 0.045Subject Sample 23:12

1.347Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.041Subject Sample 23:15

1.156Breath Volume 23:15

0.000Air Blank 23:15

0.080Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 10/12/2018 05:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:5410/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

17:09

Indian River Co SO

HOUSE,J

02/07/2021

906364

Indian River Co SO

WHILE,C,

HUMMEL

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:06

0.000Air Blank 18:07

0.079Control Test 18:07

0.000Air Blank 18:08

# 1 0.198Subject Sample 18:08

1.675Breath Volume 18:08

0.000Air Blank 18:09

0.000Air Blank 18:11

# 2 0.187Subject Sample 18:11

1.339Breath Volume 18:11

0.000Air Blank 18:12

0.080Control Test 18:12

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:0910/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:39

Indian River Co SO

HATTON,N

02/07/2021

906364

Indian River Co SO

HAMILTON,DEVIN,C

MABRY

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.079Control Test 02:58

0.000Air Blank 02:58

# 1Subject Sample 02:58 Subject Test Refused

0.000Breath Volume 02:58

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:11:2710/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

13:17

Indian River Co SO

JAWORSKI,K

02/07/2021

906364

Indian River Co SO

WILLIAMS,QUINTON,T

BLAIR

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

Air Blank 16:10 RFI Detect

0.000Air Blank 16:11

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:19:0810/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

13:17

Indian River Co SO

JAWORSKI,K

02/07/2021

906364

Indian River Co SO

WILLIAMS,QUINTON,T

BLAIR

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:12

0.000Air Blank 16:13

0.079Control Test 16:13

0.000Air Blank 16:14

# 1 0.000Subject Sample 16:14

2.871Breath Volume 16:14

0.000Air Blank 16:15

0.000Air Blank 16:17

# 2 0.000Subject Sample 16:17

3.093Breath Volume 16:17

0.000Air Blank 16:18

0.078Control Test 16:18

0.000Air Blank 16:19

OKDiagnostics Check 16:19

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4810/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:50

Vero Beach PD

FONSECA,GIOVANNY

02/07/2021

906364

Vero Beach PD

FONSECA,GIOVANNY,

HOWLE V

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:02

0.079Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:4710/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:57

Indian River Co SO

SINGH,TEGPREET

02/07/2021

906364

Sebastian PD

HOLIDAY,LATONYA,A

HERNANDEZ

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.078Control Test 02:47

0.000Air Blank 02:47

# 1 0.129Subject Sample 02:50 Volume Not Met

0.035Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2Subject Sample 02:56 No Sample Provided

0.000Breath Volume 02:56

0.000Air Blank 02:56

0.079Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0310/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:57

Indian River Co SO

SINGH,TEGPREET

02/07/2021

906364

Sebastian PD

HOLIDAY,LATONYA,A

HERNANDEZ

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:19

# 1 0.126Subject Sample 03:20

2.679Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.123Subject Sample 03:23

1.527Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:25

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:4010/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:58

Indian River Co SO

SHARPETA,C

02/07/2021

906364

Indian River Co SO

WHILE,C,

MORRISSETTE

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:40

0.000Air Blank 17:41

0.080Control Test 17:41

0.000Air Blank 17:42

# 1 0.000Subject Sample 17:42

1.753Breath Volume 17:42

0.000Air Blank 17:42

0.000Air Blank 17:44

# 2 0.000Subject Sample 17:45

1.410Breath Volume 17:45

0.000Air Blank 17:45

0.080Control Test 17:46

0.000Air Blank 17:46

OKDiagnostics Check 17:46

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:0410/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:18

Indian River Co SO

GETCHELL,ERIC

02/07/2021

906364

Indian River Co SO

KANTORSKI,MARK,A

CECIL

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

# 1 0.183Subject Sample 02:53

2.230Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:55

# 2 0.184Subject Sample 02:56

2.718Breath Volume 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:58

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:2510/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:05

Vero Beach PD

DELGADO,JOSE

02/07/2021

906364

Vero Beach PD

DELGADO,JOSE,G

LIRA

10/12/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.079Control Test 23:46

0.000Air Blank 23:46

# 1Subject Sample 23:47 Subject Test Refused

0.000Breath Volume 23:47

0.000Air Blank 23:47

0.079Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 11/26/2018 08:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:1710/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:28

DeSoto County SO

VITALE,ETHAN

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

BOYD

09/24/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.081Control Test 23:04

0.000Air Blank 23:04

# 1 0.203Subject Sample 23:04

2.972Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.217Subject Sample 23:07

2.925Breath Volume 23:07

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 10/22/2018 20:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:17:3010/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

08:35

DeSoto County SO

BRELSFORD,BRANDON

01/05/2020

31517080A1

FHP Troop F

FILIPOWICZ,KEVIN,M

PINEDA

09/24/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:07

0.000Air Blank 10:07

0.081Control Test 10:08

0.000Air Blank 10:08

# 1 0.253Subject Sample 10:09

1.285Breath Volume 10:09

0.000Air Blank 10:09

0.000Air Blank 10:11

# 2 0.229Subject Sample 10:12

1.382Breath Volume 10:12

0.000Air Blank 10:12

0.000Air Blank 10:14

# 3 0.220Subject Sample 10:16

1.335Breath Volume 10:16

0.000Air Blank 10:16

0.080Control Test 10:16

0.000Air Blank 10:17

OKDiagnostics Check 10:17

Data Download Date/Time: 10/22/2018 20:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:0010/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:35

DeSoto County SO

TUCCI,JOSE

01/05/2020

31517080A1

FHP Troop F

MASSEY,DARRELL,L

OROZCO

09/24/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.081Control Test 22:20

0.000Air Blank 22:20

# 1 0.245Subject Sample 22:21

1.632Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.257Subject Sample 22:24

3.207Breath Volume 22:24

0.000Air Blank 22:25

0.081Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:26

Data Download Date/Time: 10/22/2018 20:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:5410/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:56

DeSoto County SO

BUCK,SAM

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

RAMIREZ

10/22/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:32

0.081Control Test 05:32

0.000Air Blank 05:32

# 1 0.197Subject Sample 05:33

2.160Breath Volume 05:33

0.000Air Blank 05:34

0.000Air Blank 05:35

# 2 0.197Subject Sample 05:36

3.335Breath Volume 05:36

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 11/28/2018 10:49

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:3010/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:38

FHP Troop F

CANTWELL,J

06/05/2020

10818080A4

FHP Troop F

CANTWELL,J,

SCHOFIELD

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

# 1Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5210/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:39

Sarasota County SO

PETERSON,STEFANIE

06/05/2020

10818080A4

Sarasota County SO

PETERSON,STEFANIE,M

GILCHRIST

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.079Control Test 03:49

0.000Air Blank 03:49

# 1 0.158Subject Sample 03:50

1.355Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:52

# 2 0.175Subject Sample 03:54

1.910Breath Volume 03:54

0.000Air Blank 03:54

0.080Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:2210/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:24

Sarasota County SO

KOSTYAL,MATT

06/05/2020

10818080A4

Sarasota County SO

KOSTYAL,MATT,A

PORTERFIELD

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 00:00

# 1 0.174Subject Sample 00:00

2.382Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.174Subject Sample 00:03

1.386Breath Volume 00:03

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4510/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:06

Sarasota County SO

FLINT,SERGEANT

06/05/2020

10818080A4

Sarasota County SO

FLINT,SERGEANT,C

ALBRITTON

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

# 1 0.188Subject Sample 02:43

3.070Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.179Subject Sample 02:46

1.648Breath Volume 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4810/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:30

Sarasota County SO

VERMILLION,OFFICER

06/05/2020

10818080A4

Sarasota PD

FLINT,SERGEANT,C

STUCKMEYER

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:15

# 1 0.195Subject Sample 03:16

2.226Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.197Subject Sample 03:20

1.785Breath Volume 03:20

0.000Air Blank 03:20

0.079Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:3310/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

02:37

North Port PD

CAMBRIA,STEVEN

06/05/2020

10818080A4

North Port PD

CAMBRIA,STEVEN,C

NICHIL

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

# 1 0.000Subject Sample 04:43

2.625Breath Volume 04:43

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.000Subject Sample 04:46

3.167Breath Volume 04:46

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2210/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:03

Sarasota County SO

POLCE,OFFICER

06/05/2020

10818080A4

North Port PD

MENDEZ,DEPUTY,C

GROVER

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1 0.166Subject Sample 03:52

1.105Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.156Subject Sample 03:55

1.359Breath Volume 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:3210/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:28

FHP Troop F

TUCCI,JOSE

06/05/2020

10818080A4

FHP Troop F

HERNANDEZ,DANIEL,

HERNANDEZ

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:29

0.079Control Test 20:29

0.000Air Blank 20:30

# 1 0.324Subject Sample 20:30

2.324Breath Volume 20:30

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.327Subject Sample 20:33

2.976Breath Volume 20:33

Air Blank 20:33 RFI Detect

0.000Air Blank 20:34

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:0510/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:36

Sarasota County SO

CARDWELL,CAPTAIN

06/05/2020

10818080A4

FHP Troop F

MENDEZ,DEPUTY,C

BLOUIN

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:02

0.000Air Blank 02:02

# 1 0.117Subject Sample 02:05 Volume Not Met

0.492Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.121Subject Sample 02:11 Volume Not Met

0.679Breath Volume 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:5610/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

03:30

FHP Troop F

TUCCI,JOSE

06/05/2020

10818080A4

FHP Troop F

TUCCI,JOSE,F

FRANCOIS

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.079Control Test 05:07

0.000Air Blank 05:08

# 1 0.041Subject Sample 05:08

3.058Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.039Subject Sample 05:11

4.023Breath Volume 05:11

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:51:3910/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

06:53

Sarasota County SO

BESKIN,OFFICER

06/05/2020

10818080A4

Sarasota PD

SURRAN,DEPUTY,C

VIELMAFERNANDEZ

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:44

0.000Air Blank 07:44

0.079Control Test 07:44

0.000Air Blank 07:45

# 1 0.157Subject Sample 07:47

2.351Breath Volume 07:47

0.000Air Blank 07:47

0.000Air Blank 07:49

# 2 0.168Subject Sample 07:50

3.800Breath Volume 07:50

0.000Air Blank 07:50

0.079Control Test 07:51

0.000Air Blank 07:51

OKDiagnostics Check 07:51

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:3510/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:43

Sarasota County SO

THOMAS,S

06/05/2020

10818080A4

Sarasota County SO

FLYNN,MICHAEL,T

HILFERTY

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.080Control Test 22:18

0.000Air Blank 22:18

# 1 0.000Subject Sample 22:19

3.617Breath Volume 22:19

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.000Subject Sample 22:22

4.078Breath Volume 22:22

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:4510/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:53

Sarasota County SO

CREASY,OFC

06/05/2020

10818080A4

Venice PD

SCHAETZER,DEP,

JAKUBIUK

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:51

0.000Air Blank 16:51

0.080Control Test 16:51

0.000Air Blank 16:52

# 1 0.184Subject Sample 16:53

2.878Breath Volume 16:53

0.000Air Blank 16:54

0.000Air Blank 16:55

# 2 0.181Subject Sample 16:56

2.738Breath Volume 16:56

0.000Air Blank 16:56

0.078Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4310/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:43

Sarasota County SO

BURBIDGE,J

06/05/2020

10818080A4

Sarasota County SO

MITCHELL,N,N

VALDERRAMA

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:13

# 1 0.213Subject Sample 03:13

2.765Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.204Subject Sample 03:17

2.871Breath Volume 03:17

0.000Air Blank 03:17

0.079Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:0210/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:27

FHP Troop F

TUCCI,JOSE

06/05/2020

10818080A4

FHP Troop F

TUCCI,JOSE,F

CAPELLO

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.080Control Test 22:59

0.000Air Blank 22:59

# 1 0.150Subject Sample 23:00

1.402Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.149Subject Sample 23:03

1.339Breath Volume 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:05

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0410/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:14

Sarasota County SO

ALIX,OFFICER

06/05/2020

10818080A4

North Port PD

MENDEZ,DEPUTY,C

COOPER

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.080Control Test 23:56

0.000Air Blank 23:56

# 1 0.000Subject Sample 00:00 Volume Not Met

1.097Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.000Subject Sample 00:05 Volume Not Met

1.027Breath Volume 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:07

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:3010/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:13

Sarasota County SO

THOMAS,SCOTT

06/05/2020

10818080A4

Sarasota County SO

PETERSON,STEFANIE,M

MARTINEZ

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.081Control Test 22:31

0.000Air Blank 22:31

# 1 0.141Subject Sample 22:32

1.933Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.138Subject Sample 22:35

1.773Breath Volume 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3310/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:09

Sarasota PD

PERKINS,OFC

06/05/2020

10818080A4

Sarasota PD

PERKINS,OFC,W

STEVENS

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

# 1 0.161Subject Sample 03:55

1.335Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.160Subject Sample 03:58

1.230Breath Volume 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:2510/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

12:07

FHP Troop F

TUCCI,JOSE

06/05/2020

10818080A4

FHP Troop F

TUCCI,JOSE,F

CLARKE

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1 0.159Subject Sample 04:37

3.492Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.149Subject Sample 04:40

3.039Breath Volume 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:0310/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:28

Sarasota County SO

PUFAHL,G

06/05/2020

10818080A4

Sarasota County SO

PUFAHL,G,

POLLOCK

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:50

# 1 0.187Subject Sample 00:51

1.582Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:53

# 2 0.188Subject Sample 00:54

2.519Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:56

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:4710/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:45

FHP Troop F

ESTEVEZ,JOSE

06/05/2020

10818080A4

FHP Troop F

ESTEVEZ,JOSE,M

TATE

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:13

# 1 0.104Subject Sample 05:14

2.699Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.102Subject Sample 05:18

3.265Breath Volume 05:18

0.000Air Blank 05:18

0.077Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1910/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:17

Sarasota PD

VERMILLION,B

06/05/2020

10818080A4

Sarasota PD

VERMILLION,OFFICER,B

VIDEEN

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.081Control Test 02:58

0.000Air Blank 02:59

# 1 0.186Subject Sample 02:59

1.312Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.179Subject Sample 03:03

1.207Breath Volume 03:03

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:3210/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:05

07:29

Sarasota County SO

ADAMS,JIMMY

06/05/2020

10818080A4

Sarasota County SO

ADAMS,JIMMY,J

HILTON

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:25

0.000Air Blank 08:26

0.080Control Test 08:26

0.000Air Blank 08:27

# 1 0.126Subject Sample 08:27

3.984Breath Volume 08:27

0.000Air Blank 08:28

0.000Air Blank 08:30

# 2 0.122Subject Sample 08:30

4.015Breath Volume 08:30

0.000Air Blank 08:31

0.079Control Test 08:31

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 10/31/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3310/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:47

Eustis PD

MORALES,RONNIE

12/10/2018

203498

Eustis PD

MORALES,RONNIE,

OREN

09/25/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:26

# 1 0.126Subject Sample 02:27

1.308Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.129Subject Sample 02:31

3.253Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 10/29/2018 09:11

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:2510/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:25

Eustis PD

ABDELMESSIH,ADAM

12/10/2018

203498

Eustis PD

MORALES,RONNIE,

LENTZ

09/25/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.082Control Test 21:12

0.000Air Blank 21:13

# 1 0.220Subject Sample 21:13

3.519Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.226Subject Sample 21:16

3.722Breath Volume 21:16

0.000Air Blank 21:17

0.081Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 10/29/2018 09:11

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:1610/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:45

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

GREENYS

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.077Control Test 02:55

0.000Air Blank 02:56

# 1Subject Sample 02:56 RFI Detect

0.000Breath Volume 02:56

Air Blank 02:56 RFI Detect

0.000Air Blank 02:57

Data Download Date/Time: 10/31/2018 10:17

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2210/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:45

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

GREENYS

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.077Control Test 03:00

0.000Air Blank 03:00

# 1 0.000Subject Sample 03:01

1.785Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.000Subject Sample 03:05

1.195Breath Volume 03:05

0.000Air Blank 03:05

0.077Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 10/31/2018 10:17

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:5010/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:40

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

DAW JR

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.078Control Test 20:51

0.000Air Blank 20:52

# 1 0.256Subject Sample 20:52

1.761Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:54

# 2 0.275Subject Sample 20:55

1.898Breath Volume 20:55

0.000Air Blank 20:55

0.078Control Test 20:56

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 10/31/2018 10:17

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:1310/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

17:30

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

BACHURA

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:50

0.000Air Blank 17:50

0.079Control Test 17:50

0.000Air Blank 17:51

# 1 0.355Subject Sample 17:51

2.937Breath Volume 17:51

0.000Air Blank 17:52

0.000Air Blank 17:54

# 2 0.342Subject Sample 17:54

3.070Breath Volume 17:54

0.000Air Blank 17:55

0.078Control Test 17:55

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 10/31/2018 10:17

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4810/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:20

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

GROOM

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

Air Blank 00:37 RFI Detect

0.000Air Blank 00:37

Data Download Date/Time: 10/31/2018 10:17

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:5510/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:20

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

GROOM

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.077Control Test 00:40

0.000Air Blank 00:41

# 1 0.068Subject Sample 00:42

2.863Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.069Subject Sample 00:45

2.410Breath Volume 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 10/31/2018 10:17

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:2410/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:35

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

SANDERS

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

# 1 0.171Subject Sample 01:48

1.628Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.151Subject Sample 01:50

1.726Breath Volume 01:50

0.000Air Blank 01:51

0.077Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 10/31/2018 10:17

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:2210/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

16:46

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

PUFAHL,G,

WADE

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.077Control Test 20:39

0.000Air Blank 20:39

# 1 0.185Subject Sample 20:39

3.378Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.188Subject Sample 20:42

3.140Breath Volume 20:42

0.000Air Blank 20:43

0.077Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 10/31/2018 10:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:5310/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:58

Sarasota County SO

PUFAHL,G

06/05/2020

10818080A4

Sarasota County SO

PUFAHL,G,

SANDY

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.077Control Test 23:12

0.000Air Blank 23:12

# 1 0.146Subject Sample 23:13

1.402Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.147Subject Sample 23:16

1.183Breath Volume 23:16

0.000Air Blank 23:16

0.077Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 10/31/2018 10:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:5710/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:56

Sarasota County SO

PUFAHL,G

06/05/2020

10818080A4

Sarasota County SO

PUFAHL,G,

MCCRAW

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.077Control Test 03:13

0.000Air Blank 03:13

# 1 0.251Subject Sample 03:14

2.820Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:16

# 2 0.249Subject Sample 03:17

2.417Breath Volume 03:17

0.000Air Blank 03:18

0.077Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 10/31/2018 10:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2610/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:24

Sarasota County SO

PUFAHL,G

06/05/2020

10818080A4

Sarasota County SO

PUFAHL,G,

MENDEZ MORALES

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

# 1 0.128Subject Sample 02:40

1.214Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.149Subject Sample 02:43

2.140Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 3 0.147Subject Sample 02:46

2.933Breath Volume 02:46

0.000Air Blank 02:47

0.077Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 10/31/2018 10:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2010/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:28

Sarasota County SO

PUFAHL,G

06/05/2020

10818080A4

Sarasota County SO

PUFAHL,G,

POLLOCK

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.078Control Test 23:40

0.000Air Blank 23:41

# 1 0.207Subject Sample 23:42

2.230Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:44

# 2 0.217Subject Sample 23:45

2.371Breath Volume 23:45

0.000Air Blank 23:46

0.000Control Test 23:46 Control Outside Tolerance

0.000Air Blank 23:47

Data Download Date/Time: 10/31/2018 10:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:5710/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:45

Sarasota County SO

KOSTYAL,MATT

09/05/2019

19817080A2

Sarasota County SO

KOSTYAL,MATT,A

BARBA

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:54

# 1 0.187Subject Sample 23:54

2.113Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.189Subject Sample 23:57

1.640Breath Volume 23:57

0.000Air Blank 23:58

0.078Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 10/31/2018 10:04

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:4310/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:44

Sarasota County SO

KOSTYAL,MATT

09/05/2019

19817080A2

Sarasota County SO

KOSTYAL,MATT,A

BLANDING

09/30/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.079Control Test 00:01

0.000Air Blank 00:01

# 1Subject Sample 00:04 No Sample Provided

0.000Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.277Subject Sample 00:09

1.179Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 3 0.287Subject Sample 00:12

1.269Breath Volume 00:12

0.000Air Blank 00:12

0.078Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 10/31/2018 10:04

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:4510/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:43

FHP Troop D

STANLEY,JEFFREY

08/25/2019

539031

FHP Troop D

STANLEY,JEFFREY,A

GALISZEWSKI

09/06/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.081Control Test 23:23

0.000Air Blank 23:24

# 1Subject Sample 23:24 RFI Detect

0.000Breath Volume 23:24

0.000Air Blank 23:24

0.081Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 10/10/2018 00:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:0110/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:43

FHP Troop D

STANLEY,JEFFREY

08/25/2019

539031

FHP Troop D

STANLEY,JEFFREY,A

GALISZEWSKI

09/06/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.081Control Test 23:28

0.000Air Blank 23:28

# 1 0.079Subject Sample 23:29

2.136Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:31

# 2 0.078Subject Sample 23:32

2.703Breath Volume 23:32

0.000Air Blank 23:33

0.081Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:34

Data Download Date/Time: 10/10/2018 00:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:4510/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:00

FHP Troop D

WOLFF,ROSE

08/25/2019

539031

FHP Troop D

WOLFF,ROSE,M

BROAD

10/09/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.081Control Test 21:15

0.000Air Blank 21:16

# 1 0.147Subject Sample 21:19 Volume Not Met

0.804Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:21

# 2 0.160Subject Sample 21:23

1.605Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:26

# 3 0.152Subject Sample 21:27

1.121Breath Volume 21:27

0.000Air Blank 21:27

0.079Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 11/30/2018 03:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3210/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:51

FHP Troop D

HITCHCOCK,WILLIAM

08/25/2019

539031

FHP Troop D

HITCHCOCK,WILLIAM,H

LANCASTER JR

10/09/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.081Control Test 03:28

0.000Air Blank 03:28

# 1 0.133Subject Sample 03:29

2.832Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.130Subject Sample 03:32

2.140Breath Volume 03:32

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 11/30/2018 03:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:3910/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:16

Charlotte County SO

KORPOLINSKI,MICHAEL

06/05/2020

10818080A5

Charlotte County SO

PLATZ,KEVIN,L

TOLEDO-SUAREZ

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1 0.186Subject Sample 04:09

1.898Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.188Subject Sample 04:13

1.746Breath Volume 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0310/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:29

Charlotte County SO

HARTMANSTORFER,CHRIS

06/05/2020

10818080A5

Charlotte County SO

PLATZ,KEVIN,L

GARRETT-LAMBERT

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 04:00

0.000Air Blank 04:00

# 1 0.063Subject Sample 04:02

1.683Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.060Subject Sample 04:05

1.429Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:07

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:59:1310/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

13:45

Charlotte County SO

LAZARSKI,KRISTA

06/05/2020

10818080A5

Charlotte County SO

MARRONE-CABRERA,ANTHONY,

RATNECHT

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:47

0.000Air Blank 14:48

0.080Control Test 14:48

0.000Air Blank 14:48

# 1 0.147Subject Sample 14:52 Volume Not Met

0.054Breath Volume 14:52

0.000Air Blank 14:52

0.000Air Blank 14:54

# 2 0.000Subject Sample 14:57 Volume Not Met

0.000Breath Volume 14:57

0.000Air Blank 14:58

0.079Control Test 14:58

0.000Air Blank 14:59

OKDiagnostics Check 14:59

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3410/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:39

Charlotte County SO

KATSARELAS,KEVIN

06/05/2020

10818080A5

Charlotte County SO

LEONARD,ALEYA,D

MARR

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

# 1 0.187Subject Sample 03:40

1.480Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.186Subject Sample 03:45

1.628Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5710/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:21

Charlotte County SO

BALTIMORE,KEVIN

06/05/2020

10818080A5

Charlotte County SO

PLATZ,KEVIN,L

KRAUT

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

# 1 0.168Subject Sample 04:28

2.683Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.152Subject Sample 04:31

1.882Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:0310/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:33

Charlotte County SO

URSITTI,VINCENT

06/05/2020

10818080A5

Charlotte County SO

PLATZ,KEVIN,L

SCHWARTZ

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.266Subject Sample 00:46

1.582Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.242Subject Sample 00:49

1.472Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 3 0.254Subject Sample 00:53

1.828Breath Volume 00:53

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:55

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:0410/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:14

Charlotte County SO

SHIVELY,D

06/05/2020

10818080A5

Charlotte County SO

PROSPER,BENSON,

BOWLSBY

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:22

0.000Air Blank 20:23

0.081Control Test 20:23

0.000Air Blank 20:24

# 1 0.184Subject Sample 20:27 Volume Not Met

0.410Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:29

# 2 0.205Subject Sample 20:31

2.265Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 3 0.203Subject Sample 20:35

1.121Breath Volume 20:35

0.000Air Blank 20:36

0.076Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:37

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:15:1110/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:36

13:46

Charlotte County SO

WEDGEWOOD,DEPUTY

06/05/2020

10818080A5

Charlotte County SO

BOSZE,JOHN,

RATNECHT

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:03

0.000Air Blank 15:03

0.080Control Test 15:03

0.000Air Blank 15:04

# 1 0.066Subject Sample 15:07 Volume Not Met

0.484Breath Volume 15:07

0.000Air Blank 15:08

0.000Air Blank 15:09

# 2 0.066Subject Sample 15:10

1.613Breath Volume 15:10

0.000Air Blank 15:11

0.000Air Blank 15:13

# 3 0.060Subject Sample 15:13

1.195Breath Volume 15:13

0.000Air Blank 15:14

0.079Control Test 15:14

0.000Air Blank 15:15

OKDiagnostics Check 15:15

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1710/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:12

Charlotte County SO

HARTMANSTORFER,C

06/05/2020

10818080A5

Charlotte County SO

PROSPER,BENSON,

PADILLA-SANTIAGO

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.145Subject Sample 02:02

1.789Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.141Subject Sample 02:05

1.179Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:5410/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:44

Charlotte County SO

LAROSA,RYAN

06/05/2020

10818080A5

Charlotte County SO

CARTER,DONNA,M

SCHLEHLEIN

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

# 1 0.129Subject Sample 03:46

1.613Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:48

# 2 0.152Subject Sample 03:49

3.781Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 3 0.147Subject Sample 03:53

4.003Breath Volume 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:59:4410/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:28

13:03

Charlotte County SO

RUSSELL,OFFICER

06/05/2020

10818080A5

Punta Gorda PD

BOSZE,DEPUTY,J

POSADAS

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:53

0.000Air Blank 13:53

0.078Control Test 13:53

0.000Air Blank 13:54

# 1 0.214Subject Sample 13:55

1.726Breath Volume 13:55

0.000Air Blank 13:55

0.000Air Blank 13:57

# 2 0.230Subject Sample 13:58

1.203Breath Volume 13:58

0.000Air Blank 13:58

0.079Control Test 13:59

0.000Air Blank 13:59

OKDiagnostics Check 13:59

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:34:3210/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:02

08:40

Charlotte County SO

BURGA,FRENANDO

06/05/2020

10818080A5

Punta Gorda PD

MARRONE-CABRERA,ANTHONY,

BLAIR

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:28

0.000Air Blank 09:29

0.080Control Test 09:29

0.000Air Blank 09:30

# 1 0.000Subject Sample 09:30

1.464Breath Volume 09:30

0.000Air Blank 09:30

0.000Air Blank 09:32

# 2 0.000Subject Sample 09:33

1.328Breath Volume 09:33

0.000Air Blank 09:33

0.081Control Test 09:33

0.000Air Blank 09:34

OKDiagnostics Check 09:34

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:0810/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:10

Charlotte County SO

MORAGHAN,J

06/05/2020

10818080A5

Charlotte County SO

EGAN,MELISSA,

JOBST

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.081Control Test 22:36

0.000Air Blank 22:36

# 1 0.000Subject Sample 22:37

1.589Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.000Subject Sample 22:40

1.519Breath Volume 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:41:1810/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

16:14

FHP Troop F

WARGO,TIMOTHY

06/05/2020

10818080A5

FHP Troop F

WARGO,TIMOTHY,M

ARAUJO

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:29

0.000Air Blank 17:30

0.079Control Test 17:30

0.000Air Blank 17:31

# 1 0.110Subject Sample 17:34 Volume Not Met

0.386Breath Volume 17:34

0.000Air Blank 17:34

0.000Air Blank 17:36

# 2 0.106Subject Sample 17:39 Volume Not Met

0.304Breath Volume 17:39

0.000Air Blank 17:40

0.078Control Test 17:40

0.000Air Blank 17:41

OKDiagnostics Check 17:41

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:4810/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

16:14

FHP Troop F

WARGO,TIMOTHY

06/05/2020

10818080A5

FHP Troop F

WARGO,TIMOTHY,M

ARAUJO

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:44

0.000Air Blank 17:44

0.079Control Test 17:44

0.000Air Blank 17:45

# 1 0.111Subject Sample 17:46

1.449Breath Volume 17:46

0.000Air Blank 17:47

0.000Air Blank 17:49

# 2 0.106Subject Sample 17:51

1.125Breath Volume 17:51

0.000Air Blank 17:51

0.079Control Test 17:52

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:42:2910/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

17:01

Charlotte County SO

MAGOON,DEPUTY

06/05/2020

10818080A5

Charlotte County SO

NORDSTROM,JAMES,A

WINSKY

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:35

0.000Air Blank 17:36

0.080Control Test 17:36

0.000Air Blank 17:37

# 1 0.212Subject Sample 17:37

2.136Breath Volume 17:37

0.000Air Blank 17:38

0.000Air Blank 17:40

# 2 0.204Subject Sample 17:40

1.207Breath Volume 17:40

0.000Air Blank 17:41

0.079Control Test 17:41

0.000Air Blank 17:42

OKDiagnostics Check 17:42

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:27:0510/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

17:59

Charlotte County SO

LAROSA,RYAN

06/05/2020

10818080A5

Charlotte County SO

PLATZ,KEVIN,L

STEPNIEWSKI

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:11

0.000Air Blank 19:11

0.080Control Test 19:11

0.000Air Blank 19:12

# 1 0.122Subject Sample 19:15 Volume Not Met

0.101Breath Volume 19:15

0.000Air Blank 19:16

0.000Air Blank 19:17

# 2 0.133Subject Sample 19:19

1.167Breath Volume 19:19

0.000Air Blank 19:20

0.000Air Blank 19:22

# 3 0.113Subject Sample 19:25 Volume Not Met

0.101Breath Volume 19:25

0.000Air Blank 19:26

0.079Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:27

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:0810/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:00

18:00

Charlotte County SO

PLATZ,KEVIN

06/05/2020

10818080A5

Charlotte County SO

PLATZ,KEVIN,L

PLATZ

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.079Control Test 19:29

0.000Air Blank 19:30

# 1 0.000Subject Sample 19:31

3.523Breath Volume 19:31

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.000Subject Sample 19:34

3.480Breath Volume 19:34

0.000Air Blank 19:35

0.080Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:3210/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

21:03

Charlotte County SO

GROSS,R

06/05/2020

10818080A5

Punta Gorda PD

MCCLAIN,CHRISTOPHER,M

VEGA MALDONADO

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:43

# 1 0.178Subject Sample 21:45

2.605Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.172Subject Sample 21:48

1.675Breath Volume 21:48

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:3510/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:06

Charlotte County SO

KATSARELAS,KEVIN

06/05/2020

10818080A5

Charlotte County SO

PLATZ,KEVIN,L

GRUDI

09/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.080Control Test 19:29

0.000Air Blank 19:30

# 1 0.164Subject Sample 19:31

2.777Breath Volume 19:31

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.159Subject Sample 19:35

2.058Breath Volume 19:35

0.000Air Blank 19:35

0.080Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 11/15/2018 14:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:2810/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:21

Gainesville PD

GUYTON,THOMAS

02/05/2019

34416080A2

Gainesville PD

BRINSKO,THOMAS,K

DENSON

09/17/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

# 1 0.242Subject Sample 03:55

2.078Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.244Subject Sample 03:58

2.312Breath Volume 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 10/18/2018 20:56

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:5010/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:31

Gainesville PD

BOSTICK,JESSE

02/05/2019

34416080A2

Gainesville PD

BOSTICK,JESSE,W

ACEVEDO

09/17/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.079Control Test 04:24

0.000Air Blank 04:24

# 1Subject Sample 04:27 No Sample Provided

0.000Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2Subject Sample 04:33 No Sample Provided

0.000Breath Volume 04:33

0.000Air Blank 04:33

0.080Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 10/18/2018 20:56

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:2210/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:12

Gainesville PD

TURNER,KENDRICK

02/05/2019

34416080A2

Gainesville PD

TURNER,KENDRICK,T

CURRY

09/17/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

# 1 0.109Subject Sample 02:52

1.781Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.107Subject Sample 02:55

1.285Breath Volume 02:55

0.000Air Blank 02:56

0.078Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 10/18/2018 20:56

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2910/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:26

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

RIVENBARK

09/17/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

# 1 0.167Subject Sample 03:21

2.015Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.162Subject Sample 03:23

1.199Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 10/18/2018 20:56

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:2210/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:54

Gainesville PD

KEIMIG,EMORIE

02/05/2019

34416080A2

Gainesville PD

KEIMIG,EMORIE,I

JONES

09/17/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

# 1 0.126Subject Sample 04:47

1.468Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:49

# 2 0.119Subject Sample 04:50

1.566Breath Volume 04:50

0.000Air Blank 04:51

0.078Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 10/18/2018 20:56

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3710/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:31

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

DUFRENE

09/17/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:20

0.000Air Blank 02:20

# 1Subject Sample 02:23 No Sample Provided

0.000Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.145Subject Sample 02:28

1.296Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 3 0.137Subject Sample 02:31

1.554Breath Volume 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 10/18/2018 20:56

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:0210/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:36

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

HOOBLER

10/18/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.081Control Test 23:23

0.000Air Blank 23:23

# 1Subject Sample 23:27 No Sample Provided

0.000Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2Subject Sample 23:32 No Sample Provided

0.000Breath Volume 23:32

0.000Air Blank 23:33

0.081Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:34

Data Download Date/Time: 11/20/2018 01:24

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:27:1210/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

06:49

Pinellas County SO

AMLIN,DEPUTY

06/05/2020

AG815602

Pinellas County SO

MCKENZIE,DEPUTY,J

POLASEK

09/13/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:20

0.000Air Blank 08:21

0.080Control Test 08:21

0.000Air Blank 08:21

# 1 0.174Subject Sample 08:22

1.683Breath Volume 08:22

0.000Air Blank 08:23

0.000Air Blank 08:25

# 2 0.162Subject Sample 08:25

2.050Breath Volume 08:25

0.000Air Blank 08:26

0.079Control Test 08:26

0.000Air Blank 08:27

OKDiagnostics Check 08:27

Data Download Date/Time: 10/25/2018 01:56

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:5710/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:35

Pinellas County SO

HOLE,STEPHAN

06/05/2020

AG815602

Pinellas County SO

HOLE,STEPHAN,A

PEREZ

10/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.082Control Test 20:39

0.000Air Blank 20:40

# 1 0.204Subject Sample 20:40

2.285Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.186Subject Sample 20:44

1.777Breath Volume 20:44

0.000Air Blank 20:45

0.081Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 11/29/2018 02:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:08:4510/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:38

11:19

Pinellas County SO

REEVES,MARK

06/05/2020

AG815602

Pinellas County SO

REEVES,MARK,O

RINE-MOHAMED

10/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:59

0.000Air Blank 11:59

0.081Control Test 12:00

0.000Air Blank 12:00

# 1 0.384Subject Sample 12:00

1.308Breath Volume 12:00

0.000Air Blank 12:01

0.000Air Blank 12:03

# 2 0.362Subject Sample 12:04

1.609Breath Volume 12:04

0.000Air Blank 12:05

0.000Air Blank 12:06

# 3 0.379Subject Sample 12:07

1.257Breath Volume 12:07

0.000Air Blank 12:07

0.079Control Test 12:08

0.000Air Blank 12:08

OKDiagnostics Check 12:08

Data Download Date/Time: 11/29/2018 02:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:2110/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:38

Mayport Naval Base

LOPEZ,RAYMOND

08/05/2019

17817080A3

Mayport Naval Base

LOOS,JAMES,P

MOFFETT

09/27/2018

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.079Control Test 23:09

0.000Air Blank 23:10

# 1 0.219Subject Sample 23:11

2.410Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.215Subject Sample 23:14

3.960Breath Volume 23:14

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 10/31/2018 15:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:2310/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:50

Mayport Naval Base

JILES,DARRYL

08/05/2019

17817080A3

Mayport Naval Base

LOOS,JAMES,P

WILBOURN

09/27/2018

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

# 1Subject Sample 02:20 RFI Detect

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 10/31/2018 15:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:5210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:50

Mayport Naval Base

JILES,DARRYL

08/05/2019

17817080A3

Mayport Naval Base

LOOS,JAMES,P

WILBOURN

09/27/2018

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

# 1 0.130Subject Sample 02:25

3.156Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.124Subject Sample 02:29

3.417Breath Volume 02:29

0.000Air Blank 02:29

0.079Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 10/31/2018 15:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:3510/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:26

Mayport Naval Base

ESTRADA,PAUL

08/05/2019

17817080A3

Mayport Naval Base

LOOS,JAMES,P

MUNRO

09/27/2018

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.079Control Test 02:54

0.000Air Blank 02:54

# 1 0.126Subject Sample 02:55

1.644Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.132Subject Sample 02:59

2.058Breath Volume 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 10/31/2018 15:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:2010/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:04

Mayport Naval Base

JILES,DARRYL

08/05/2019

17817080A3

Mayport Naval Base

LOOS,JAMES,P

HICKS

09/27/2018

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:45 No Sample Provided

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2Subject Sample 01:50 No Sample Provided

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 10/31/2018 15:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:1210/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:25

Orange County SO

TEW,JEREMY

07/05/2019

13917080A3

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

HAYWARD

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

# 1 0.149Subject Sample 03:17

1.378Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.142Subject Sample 03:20

1.148Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 10/04/2018 16:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:0110/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:42

Orange County SO

CRUZ,AYLEN

07/05/2019

13917080A3

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

JAEPLOE

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.082Control Test 03:35

0.000Air Blank 03:36

# 1 0.109Subject Sample 03:36

1.535Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.106Subject Sample 03:39

1.675Breath Volume 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:41

Data Download Date/Time: 10/09/2018 11:21

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:0010/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:22

Orange County SO

KREKEL,ALEC

07/05/2019

13917080A3

Orange County SO

KOSH,TOBI,J

ROEDER

10/09/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:10

# 1 0.273Subject Sample 01:11

2.726Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:13

# 2 0.281Subject Sample 01:14

2.781Breath Volume 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:16

Data Download Date/Time: 10/18/2018 15:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:5510/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:07

Orange County SO

RIVERA,HERIBERTO

07/05/2019

13917080A3

Winter Garden PD

TIAMSON,DAWN,P

BUSEKRUS

10/09/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.081Control Test 04:55

0.000Air Blank 04:55

# 1 0.126Subject Sample 04:56

1.777Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:58

# 2 0.122Subject Sample 04:59

1.746Breath Volume 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 10/25/2018 14:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:0510/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:16

Orange County SO

PEREZ,JUAN

07/05/2019

13917080A3

FHP Troop K

THOMPSON,CALEB,N

MOORE

10/09/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:34

# 1Subject Sample 00:38 No Sample Provided

0.000Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2Subject Sample 00:43 No Sample Provided

0.000Breath Volume 00:43

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 11/01/2018 12:50

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:1410/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:28

Orange County SO

KERN,ETHAN

07/05/2019

13917080A3

Orlando PD

HARDEN,WILLIAM,L

LINARES

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:25

0.082Control Test 05:26

0.000Air Blank 05:26

# 1Subject Sample 05:26 Subject Test Refused

0.000Breath Volume 05:26

0.000Air Blank 05:27

0.082Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 10/09/2018 10:08

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:2210/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:54

Orange County SO

KELEMEN,JANOS

07/05/2019

13917080A3

Orange County SO

HARDEN,WILLIAM,L

YERO-PAMPILLO

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.082Control Test 00:52

0.000Air Blank 00:52

# 1 0.139Subject Sample 00:54

2.468Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.134Subject Sample 00:56

1.375Breath Volume 00:56

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 10/09/2018 10:08

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:3210/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:22

Orange County SO

CURADO,GLAUDSON

07/05/2019

13917080A3

FHP Troop D

HARDEN,WILLIAM,L

BECKER

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.082Control Test 04:23

0.000Air Blank 04:23

# 1 0.191Subject Sample 04:24

2.273Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.186Subject Sample 04:28

2.691Breath Volume 04:28

0.000Air Blank 04:28

0.082Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 10/09/2018 10:08

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:3610/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:35

Orange County SO

JORGE,JUNIOR

07/05/2019

13917080A3

Orange County SO

HARDEN,WILLIAM,L

FLECHA

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:25

0.000Air Blank 05:26

0.082Control Test 05:26

0.000Air Blank 05:27

# 1Subject Sample 05:27 Subject Test Refused

0.000Breath Volume 05:27

0.000Air Blank 05:27

0.082Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 10/09/2018 10:08

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4010/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:53

Orange County SO

SHEIMAN,RICHARD

07/05/2019

13917080A3

Orange County SO

HARDEN,WILLIAM,L

RUIZ

10/09/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

# 1 0.038Subject Sample 03:26

3.535Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.039Subject Sample 03:29

4.082Breath Volume 03:29

0.000Air Blank 03:29

0.080Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 10/18/2018 15:56

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:4410/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

04:19

Orange County SO

CURADO,GLAUDSON

07/05/2019

13917080A3

FHP Troop D

HARDEN,WILLIAM,L

GARCIA-MARCIAL

10/09/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

# 1 0.164Subject Sample 05:18 Volume Not Met

0.187Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:20

# 2 0.184Subject Sample 05:24 Volume Not Met

0.000Breath Volume 05:24

0.000Air Blank 05:24

0.079Control Test 05:25

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 10/25/2018 14:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:2810/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:32

Orange County SO

O'DEA,PATRICIA

07/05/2019

13917080A3

FHP Troop D

HARDEN,WILLIAM,L

AYALA-RAMOS

10/09/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:56

# 1Subject Sample 04:57 Subject Test Refused

0.000Breath Volume 04:57

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 10/25/2018 14:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001442CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:0610/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:42

17:34

FFWCC (West Palm)

HOPPE,ZACH

09/05/2017

22315080A2

FFWCC (West Palm)

HERNANDEZ,KEITH,C

MORENO

09/12/2018

8100.27

BISCAYNE NAT PARK

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:57

0.000Air Blank 18:57

0.078Control Test 18:58

0.000Air Blank 18:58

# 1Subject Sample 18:58 Subject Test Refused

0.000Breath Volume 18:58

0.000Air Blank 18:59

0.078Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 10/19/2018 09:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001442CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:44:4810/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:03

17:40

Biscayne Nat. Park

LOPEZ,TIMOTHY

09/05/2017

22315080A2

Biscayne Nat. Park

HELMERS,DANIEL,W

VINAS

09/12/2018

8100.27

BISCAYNE NAT PARK

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:42

0.079Control Test 18:42

0.000Air Blank 18:42

# 1Subject Sample 18:43 Subject Test Refused

0.000Breath Volume 18:43

0.000Air Blank 18:43

0.078Control Test 18:44

0.000Air Blank 18:44

OKDiagnostics Check 18:44

Data Download Date/Time: 10/19/2018 09:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001442CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:0310/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:08

19:00

Biscayne Nat. Park

RUIZ,RAUL

09/05/2017

22315080A2

Biscayne Nat. Park

HELMERS,DANIEL,W

GONZALEZ

09/12/2018

8100.27

BISCAYNE NAT PARK

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.078Control Test 20:07

0.000Air Blank 20:08

# 1 0.102Subject Sample 20:08

2.187Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.097Subject Sample 20:11

2.394Breath Volume 20:11

0.000Air Blank 20:12

0.078Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:13

Data Download Date/Time: 10/19/2018 09:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:4610/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:13

Clay County SO

CORDERIO,E

10/05/2019

22817080A4

FHP Troop G

BRAUNLICH,G,A

CORNELIO

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

# 1 0.220Subject Sample 03:36

1.449Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.217Subject Sample 03:39

1.414Breath Volume 03:39

0.000Air Blank 03:39

0.080Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1610/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:02

Clay County SO

THEUS,J

10/05/2019

22817080A4

Orange Park PD

ALTSTATT,MATTHEW,B

DICKSON

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:47

# 1 0.139Subject Sample 01:48

2.171Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.137Subject Sample 01:51

2.472Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:43:2510/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:12

14:15

Clay County SO

SMITH,J

10/05/2019

22817080A4

Clay County SO

BELL,DAKOTA,W

HOWELL

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:32

0.000Air Blank 15:32

0.080Control Test 15:33

0.000Air Blank 15:33

# 1Subject Sample 15:36 No Sample Provided

0.000Breath Volume 15:36

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2Subject Sample 15:42 Subject Test Refused

0.000Breath Volume 15:42

0.000Air Blank 15:42

0.080Control Test 15:42

0.000Air Blank 15:43

OKDiagnostics Check 15:43

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:1010/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:15

Clay County SO

LINEBERRY,S

10/05/2019

22817080A4

Orange Park PD

BRAUNLICH,G,A

HERNANDEZ

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.079Control Test 21:46

0.000Air Blank 21:46

# 1 0.208Subject Sample 21:47

1.632Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.209Subject Sample 21:50

1.808Breath Volume 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3810/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:25

Clay County SO

THEUS,J

10/05/2019

22817080A4

Orange Park PD

ALTSTATT,MATTHEW,B

GROOVER

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.081Control Test 02:08

0.000Air Blank 02:08

# 1 0.130Subject Sample 02:09

2.402Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.135Subject Sample 02:13

2.343Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

Air Blank 02:14 RFI Detect

Air Blank 02:14 RFI Detect

Data Download Date/Time: 10/26/2018 17:51

13 December 2018

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1910/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:25

Clay County SO

THEUS,J

10/05/2019

22817080A4

Orange Park PD

ALTSTATT,MATTHEW,B

GROOVER

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

# 1 0.134Subject Sample 02:20

3.378Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.125Subject Sample 02:23

1.906Breath Volume 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:5910/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:53

Clay County SO

PRITCHARD,T

10/05/2019

22817080A4

Clay County SO

ALTSTATT,MATTHEW,B

VLASAK

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:48

# 1 0.159Subject Sample 23:49

2.703Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.160Subject Sample 23:52

2.667Breath Volume 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:1510/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:16

19:00

Clay County SO

MOSLEY,N

10/05/2019

22817080A4

Clay County SO

ALTSTATT,MATTHEW,B

WILLIAMS

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.080Control Test 19:38

0.000Air Blank 19:38

# 1 0.135Subject Sample 19:38

4.656Breath Volume 19:38

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.133Subject Sample 19:41

3.117Breath Volume 19:41

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5610/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:55

Clay County SO

RILEY,R

10/05/2019

22817080A4

Clay County SO

BRAUNLICH,G,A

STUMLER

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

# 1 0.215Subject Sample 03:38

1.480Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.210Subject Sample 03:42

1.394Breath Volume 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:5010/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:07

Clay County SO

STIVERS,H

10/05/2019

22817080A4

Clay County SO

BRAUNLICH,G,A

DAVIS

09/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:03

# 1 0.230Subject Sample 01:04

1.757Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.249Subject Sample 01:08

2.105Breath Volume 01:08

0.000Air Blank 01:08

0.080Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 10/26/2018 17:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:2110/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:58

Clay County SO

LOVETT,K

10/05/2019

22817080A4

Orange Park PD

ALTSTATT,MATTHEW,B

CAMPBELL

10/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1 0.167Subject Sample 01:17

2.042Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.164Subject Sample 01:20

2.316Breath Volume 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 11/17/2018 11:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:5210/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:57

Clay County SO

PRITCHARD,T

10/05/2019

22817080A4

Clay County SO

ALTSTATT,MATTHEW,B

WRIGHT

10/26/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.199Subject Sample 02:49 Volume Not Met

0.355Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.204Subject Sample 02:54

1.835Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:56

# 3 0.211Subject Sample 02:58

1.863Breath Volume 02:58

0.000Air Blank 02:58

0.078Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 11/17/2018 11:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001646CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2810/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:27

Tyndall AFB PD

LAWRENCE,ERIC

01/05/2019

32316080A3

Tyndall AFB PD

KELLEY,CHELSEA,M

BERMEJO CUETO

09/09/2018

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.081Control Test 04:03

0.000Air Blank 04:04

# 1Subject Sample 04:07 No Sample Provided

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2Subject Sample 04:13 No Sample Provided

0.000Breath Volume 04:13

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/10/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:1710/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:04

Cape Coral PD

MARTINI,RYAN

05/05/2020

05218080A3

Cape Coral PD

WILSON,PERRY,M

HARTLEY

09/05/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:43

# 1 0.197Subject Sample 01:44

3.074Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:46

# 2 0.197Subject Sample 01:47

3.257Breath Volume 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 10/03/2018 10:03

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:2310/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:18

Cape Coral PD

BARKLEY,JEFFREY

05/05/2020

05218080A3

Cape Coral PD

BARKLEY,JEFFREY,G

ESCOBAR

09/05/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:53

# 1 0.102Subject Sample 04:54

2.371Breath Volume 04:54

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.104Subject Sample 04:56

2.503Breath Volume 04:56

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 10/03/2018 10:03

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:1410/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:08

Cape Coral PD

RUSH,D

11/05/2018

26316080A2

Cape Coral PD

RUSH,D,C

NEWLON

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:56

# 1 0.100Subject Sample 23:56

3.078Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 2 0.092Subject Sample 23:59

2.445Breath Volume 23:59

0.000Air Blank 00:00

0.078Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 11/14/2018 09:45

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2810/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:57

Cape Coral PD

MARTINI,RYAN

11/05/2018

26316080A2

Cape Coral PD

MARTINI,RYAN,H

WHITE

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

# 1 0.164Subject Sample 23:43

2.367Breath Volume 23:43

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.159Subject Sample 23:46

2.179Breath Volume 23:46

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2910/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:56

Cape Coral PD

HEARN,JUSTIN

05/05/2020

05218080A3

Cape Coral PD

WILSON,PERRY,M

YELLING

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1 0.129Subject Sample 02:30

1.710Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.121Subject Sample 02:34

1.753Breath Volume 02:34

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:0010/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:59

Cape Coral PD

SCARLATO,FRANK

11/05/2018

26316080A2

Cape Coral PD

TOBLER,AMANDA,R

FLOWER

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.080Control Test 01:52

0.000Air Blank 01:52

# 1 0.173Subject Sample 01:53

1.519Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.167Subject Sample 01:55

2.292Breath Volume 01:55

0.000Air Blank 01:56

01:56 RFI Detect

0.000Air Blank 01:57

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0210/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:06

Cape Coral PD

THOMAS,DANIEL

11/05/2018

26316080A2

Cape Coral PD

RUSH,DANIEL,C

GUIDO

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:59

# 1Subject Sample 22:59 Subject Test Refused

0.000Breath Volume 22:59

0.000Air Blank 23:00

0.079Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:01

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2910/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:48

Cape Coral PD

MYERS,JUSTIN

11/05/2018

26316080A2

Cape Coral PD

CIESLINSKI,JOSEPH,P

GARCIA

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.149Subject Sample 02:42

2.222Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.160Subject Sample 02:44

3.214Breath Volume 02:44

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:4410/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:06

Cape Coral PD

SHIPPY,D

05/05/2020

05218080A3

Cape Coral PD

ZARRILLO,N,

QUINONES

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:41

# 1 0.154Subject Sample 00:43

1.777Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.160Subject Sample 00:46

1.710Breath Volume 00:46

0.000Air Blank 00:46

0.079Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:3010/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:59

Cape Coral PD

BARKLEY,JEFFREY

05/05/2020

05218080A3

Cape Coral PD

BARKLEY,JEFFREY,G

KEITH

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.079Control Test 22:30

0.000Air Blank 22:30

# 1 0.000Subject Sample 22:31

3.031Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.000Subject Sample 22:34

2.984Breath Volume 22:34

0.000Air Blank 22:34

0.078Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:1910/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:32

Cape Coral PD

DURHAM,K

11/05/2018

26316080A2

Cape Coral PD

CIESLINSKI,JOSEPH,P

DOLBY

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

# 1 0.150Subject Sample 04:38

1.703Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.144Subject Sample 04:40

1.871Breath Volume 04:40

0.000Air Blank 04:41

0.077Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0110/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:13

Cape Coral PD

BURTON,KAITLYNN

11/05/2018

26316080A2

Cape Coral PD

MILLS,CHARLES,S

STIVERS

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:06

# 1 0.191Subject Sample 00:07

2.664Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.178Subject Sample 00:10

2.441Breath Volume 00:10

0.000Air Blank 00:11

0.079Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:12

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:47:5410/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:13

15:54

Cape Coral PD

ARMATO,C

11/05/2018

26316080A2

Cape Coral PD

CAUSER,SGT,H

EVANS

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:40

0.000Air Blank 16:40

0.079Control Test 16:40

0.000Air Blank 16:41

# 1 0.200Subject Sample 16:43

1.722Breath Volume 16:43

0.000Air Blank 16:43

0.000Air Blank 16:45

# 2 0.213Subject Sample 16:46

1.945Breath Volume 16:46

0.000Air Blank 16:47

0.079Control Test 16:47

0.000Air Blank 16:47

OKDiagnostics Check 16:47

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:11:3710/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:25

Cape Coral PD

SANCHO,BRANDON

11/05/2018

26316080A2

Cape Coral PD

FESSEL,DANIEL,C

KULCSAR

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:05

0.000Air Blank 16:05

0.079Control Test 16:06

0.000Air Blank 16:06

# 1 0.192Subject Sample 16:07

2.945Breath Volume 16:07

0.000Air Blank 16:07

0.000Air Blank 16:09

# 2 0.190Subject Sample 16:10

2.574Breath Volume 16:10

0.000Air Blank 16:10

0.079Control Test 16:11

0.000Air Blank 16:11

OKDiagnostics Check 16:11

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:3110/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:11

Cape Coral PD

BURTON,KAITLYNN

11/05/2018

26316080A2

Cape Coral PD

SUSKEVICH,CURT,E

ROSADO

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:00

# 1 0.060Subject Sample 23:02

1.785Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.060Subject Sample 23:06

1.433Breath Volume 23:06

0.000Air Blank 23:06

0.078Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:56:5510/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:24

07:11

Cape Coral PD

SANCHO,BRANDON

11/05/2018

26316080A2

Cape Coral PD

AMATO,MARK,P

COONS

10/03/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:50

0.000Air Blank 07:51

0.080Control Test 07:51

0.000Air Blank 07:52

# 1 0.098Subject Sample 07:52

2.453Breath Volume 07:52

0.000Air Blank 07:53

0.000Air Blank 07:54

# 2 0.094Subject Sample 07:55

3.308Breath Volume 07:55

0.000Air Blank 07:56

0.079Control Test 07:56

0.000Air Blank 07:56

OKDiagnostics Check 07:56

Data Download Date/Time: 11/14/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:3310/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

03:48

Collier County SO

CHRISTIANSAN,D

03/05/2019

03417080A2

Collier County SO

GUTIERREZ,I,T

LYNCH

10/02/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

# 1 0.148Subject Sample 05:02

1.113Breath Volume 05:02

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.135Subject Sample 05:06

1.453Breath Volume 05:06

0.000Air Blank 05:06

0.076Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 11/05/2018 15:25

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:5110/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:05

St. Petersburg PD

KARAYIANES,M

11/05/2018

26316080A2

St. Petersburg PD

CRUM,ZACKARY,R

DORSEY

10/15/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:44

# 1Subject Sample 03:44 Subject Test Refused

0.000Breath Volume 03:44

0.000Air Blank 03:44

0.080Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 11/20/2018 10:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:4710/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

20:57

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

CASH,JUSTIN,A

BOUCHARD

09/24/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.080Control Test 21:47

0.000Air Blank 21:47

# 1 0.182Subject Sample 21:49

1.667Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.185Subject Sample 21:52

1.500Breath Volume 21:52

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 10/17/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:3110/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

18:05

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

SIMS,WALKER,L

MAC DONAUGH

09/24/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:04

0.080Control Test 19:05

0.000Air Blank 19:05

# 1 0.180Subject Sample 19:05

4.289Breath Volume 19:05

0.000Air Blank 19:06

0.000Air Blank 19:08

# 2 0.166Subject Sample 19:09

1.496Breath Volume 19:09

0.000Air Blank 19:09

0.080Control Test 19:09

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 10/17/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:2810/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:30

FHP Troop G

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

FORD,MICHAEL,A

DIGHTON

09/24/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.082Control Test 23:31

0.000Air Blank 23:31

# 1 0.133Subject Sample 23:32

1.851Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:34

# 2 0.139Subject Sample 23:36

2.933Breath Volume 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 10/17/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:1110/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:14

St. Augustine PD

LINSKY,MICHAEL

11/21/2019

640976

St. Augustine PD

LINSKY,MICHAEL,J

JOHNSON

09/24/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

# 1 0.226Subject Sample 03:57

2.207Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.219Subject Sample 04:00

1.835Breath Volume 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 10/17/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3210/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:27

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

CASH,JUSTIN,A

KERAMIDAS

09/24/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.082Control Test 03:06

0.000Air Blank 03:07

# 1 0.112Subject Sample 03:07

1.886Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.113Subject Sample 03:10

2.218Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

Air Blank 03:12 RFI Detect

0.000Air Blank 03:12

Data Download Date/Time: 10/17/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4510/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:45

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

BELOIT,BRIAN,W

HUDDLESTON

09/24/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.081Control Test 00:31

0.000Air Blank 00:31

# 1 0.158Subject Sample 00:32

2.695Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.144Subject Sample 00:35

1.167Breath Volume 00:35

0.000Air Blank 00:35

0.081Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 10/17/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2810/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:32

St. Augustine Beach

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

ASKER

09/24/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.082Control Test 02:07

0.000Air Blank 02:08

# 1Subject Sample 02:11 No Sample Provided

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.082Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 10/17/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1310/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:57

St. Augustine Beach

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

FELKER

10/17/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

Air Blank 03:36 RFI Detect

0.000Air Blank 03:37

Data Download Date/Time: 11/05/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:5110/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:57

St. Augustine Beach

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

FELKER

10/17/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.082Control Test 03:41

0.000Air Blank 03:42

# 1 0.132Subject Sample 03:43

4.734Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.134Subject Sample 03:46

4.929Breath Volume 03:46

0.000Air Blank 03:46

0.082Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 11/05/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2310/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:13

St. Augustine Beach

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

STAEBLER

10/17/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.083Control Test 03:54

0.000Air Blank 03:54

# 1 0.114Subject Sample 03:57 Volume Not Met

0.226Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.135Subject Sample 04:01

1.781Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 3 0.134Subject Sample 04:05

2.054Breath Volume 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 11/05/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:2510/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:51

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

SIMS,WALKER,L

SMITH

10/17/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.082Control Test 03:54

0.000Air Blank 03:54

# 1Subject Sample 03:55 Subject Test Refused

0.000Breath Volume 03:55

0.000Air Blank 03:55

0.082Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 11/05/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:5110/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:44

St. Augustine Beach

SCHROCK,LOGAN

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

JOHNSON

10/17/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.081Control Test 23:32

0.000Air Blank 23:32

# 1 0.276Subject Sample 23:33

2.902Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.274Subject Sample 23:36

2.992Breath Volume 23:36

0.000Air Blank 23:36

0.080Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 11/05/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1210/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:04

St. Augustine Beach

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

ALLEN

10/17/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:48

0.081Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 11/05/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:2110/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:12

St. Augustine Beach

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

ROLWING

10/17/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.082Control Test 23:45

0.000Air Blank 23:45

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.082Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 11/05/2018 13:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:4710/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:40

North Miami PD

PINEDA,MIGUEL

01/05/2019

32316080A3

North Miami PD

PINEDA,MIGUEL,A

CUTTER

09/20/2018

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:18

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:18

0.081Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 10/18/2018 10:52

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:5410/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

05:05

North Miami PD

MURPHY,ANTHONY

01/05/2019

32316080A3

North Miami PD

PINEDA,MIGUEL,A

MEDINA

09/20/2018

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:38

0.082Control Test 05:38

0.000Air Blank 05:39

# 1Subject Sample 05:39 Subject Test Refused

0.000Breath Volume 05:39

0.000Air Blank 05:39

0.081Control Test 05:40

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 10/18/2018 10:52

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:2910/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:45

North Miami Beach PD

PINEDA,MIGUEL

01/05/2019

32316080A3

North Miami PD

PINEDA,MIGUEL,A

MONDESIR

10/18/2018

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.081Control Test 05:32

0.000Air Blank 05:32

# 1Subject Sample 05:33 Subject Test Refused

0.000Breath Volume 05:33

0.000Air Blank 05:33

0.081Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 11/08/2018 11:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3110/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:32

North Miami PD

OLIVARES,ANDRES

01/05/2019

32316080A3

North Miami Beach PD

PINEDA,MIGUEL,A

OVALLE-MENDEZ

10/18/2018

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:44

# 1 0.108Subject Sample 01:45

3.007Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.106Subject Sample 01:47

1.984Breath Volume 01:47

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 11/08/2018 11:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1510/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:05

North Miami PD

BOURBON,BRADLEY

01/05/2019

32316080A3

North Miami Beach PD

PINEDA,MIGUEL,A

CORDERO

10/18/2018

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

# 1 0.198Subject Sample 03:42

2.261Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:44

# 2 0.187Subject Sample 03:45

2.894Breath Volume 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 11/08/2018 11:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:2510/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:15

North Miami PD

ROLLE,OMAR

01/05/2019

32316080A3

North Miami PD

PINEDA,MIGUEL,A

TAYLOR

10/18/2018

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.082Control Test 06:13

0.000Air Blank 06:14

# 1Subject Sample 06:15 Subject Test Refused

0.000Breath Volume 06:15

0.000Air Blank 06:16

0.081Control Test 06:16

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 11/08/2018 11:37

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001657CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:4610/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

03:44

Miccosukee PD

LIPARI,MICHAEL

02/05/2020

34917080A2

Miccosukee PD

ISME,MIKE,O

ISME

10/04/2018

8100.27

MICCOSUKEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.078Control Test 03:18

0.000Air Blank 03:19

# 1 0.036Subject Sample 03:20

2.980Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:22

# 2 0.035Subject Sample 03:23

3.820Breath Volume 03:23

0.000Air Blank 03:23

0.078Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 11/30/2018 11:08

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001657CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:5810/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:59

Miccosukee PD

LOPEZ,MANUEL

02/05/2020

34917080A2

Miccosukee PD

WRIGHT,MISTY,L

JEREZ PIMENTEL

10/04/2018

8100.27

MICCOSUKEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:41

0.078Control Test 05:41

0.000Air Blank 05:42

# 1 0.203Subject Sample 05:42

2.218Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:44

# 2 0.194Subject Sample 05:45

3.132Breath Volume 05:45

0.000Air Blank 05:46

0.078Control Test 05:46

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 11/30/2018 11:08

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:0510/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

23:22

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

FRANCISCO RAFAEL

09/06/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

Air Blank 23:32 RFI Detect

0.000Air Blank 23:33

Data Download Date/Time: 10/09/2018 22:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:4410/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

23:22

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

FRANCISCO RAFAEL

09/06/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

# 1 0.007Subject Sample 23:39

3.535Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.000Subject Sample 23:42

3.683Breath Volume 23:42

0.000Air Blank 23:42

0.078Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 10/09/2018 22:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:1810/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:45

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

SETH

09/06/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

Air Blank 22:02 RFI Detect

0.000Air Blank 22:03

Data Download Date/Time: 10/09/2018 22:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:0210/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:45

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

SETH

09/06/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.078Control Test 22:05

0.000Air Blank 22:06

# 1 0.078Subject Sample 22:06

1.777Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2Subject Sample 22:11 RFI Detect

0.000Breath Volume 22:11

0.000Air Blank 22:12

0.079Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:13

Data Download Date/Time: 10/09/2018 22:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0510/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:55

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

RODRIGUEZ VAZQUEZ

09/06/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:03

# 1 0.105Subject Sample 04:03

2.281Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.099Subject Sample 04:06

2.183Breath Volume 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 10/09/2018 22:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:0010/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

01:07

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

GONZALEZ VARGAS

09/06/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

# 1 0.108Subject Sample 01:22

1.839Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.116Subject Sample 01:25

1.144Breath Volume 01:25

0.000Air Blank 01:26

0.077Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:27

Data Download Date/Time: 10/09/2018 22:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:3210/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

04:11

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

ARROYO CORDERO

09/06/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.079Control Test 04:21

0.000Air Blank 04:21

# 1 0.000Subject Sample 04:22

3.457Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.000Subject Sample 04:25

3.695Breath Volume 04:25

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 10/09/2018 22:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5210/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:59

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL E,E

GUZMAN

10/09/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.079Control Test 04:11

0.000Air Blank 04:11

# 1 0.125Subject Sample 04:12

1.691Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:14

# 2 0.120Subject Sample 04:15

1.941Breath Volume 04:15

0.000Air Blank 04:15

0.077Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 11/06/2018 21:07

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0110/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:54

Osceola County SO

MANNIX,PATRICK

12/05/2019

646645

St. Cloud PD

LYONS,DANIEL,E

BERRIOS

10/09/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:23

# 1 0.167Subject Sample 02:27 Volume Not Met

0.917Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:30

0.077Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:31

Data Download Date/Time: 11/06/2018 21:07

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:5410/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:26

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

ACIE

10/09/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:36

# 1 0.235Subject Sample 01:38

1.761Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:40

# 2 0.247Subject Sample 01:41

1.488Breath Volume 01:41

0.000Air Blank 01:41

0.077Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 11/06/2018 21:07

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:1810/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:37

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

MARTINEZ GONZALEZ

10/09/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

# 1 0.236Subject Sample 03:51

2.281Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.233Subject Sample 03:54

1.734Breath Volume 03:54

0.000Air Blank 03:55

0.078Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 11/06/2018 21:07

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.


