
80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:0401/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:57

Volusia County SO

BRYAN,STEVEN

12/01/2019

644476

Volusia County SO

BRYAN,STEVEN,A

CONCEPCION

12/28/2018

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.081Control Test 22:00

0.000Air Blank 22:01

# 1 0.135Subject Sample 22:01

2.535Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.121Subject Sample 22:04

1.484Breath Volume 22:04

0.000Air Blank 22:05

0.081Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:06

Data Download Date/Time: 01/28/2019 11:45

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:2901/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

16:41

Volusia County SO

STONE,JIMMIE

12/01/2019

644476

Volusia County SO

MYERS,MATTHEW,A

CALKINS

12/28/2018

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:27

0.000Air Blank 18:27

0.082Control Test 18:27

0.000Air Blank 18:28

# 1 0.134Subject Sample 18:29

2.277Breath Volume 18:29

0.000Air Blank 18:29

0.000Air Blank 18:31

# 2 0.119Subject Sample 18:32

1.421Breath Volume 18:32

0.000Air Blank 18:32

0.082Control Test 18:32

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 01/28/2019 11:45

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:5001/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:46

Volusia County SO

PATSCH,JOSHUA

12/01/2019

644476

Volusia County SO

PATSCH,JOSHUA,K

STOMBER

01/28/2019

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:53

# 1 0.000Subject Sample 23:54

3.164Breath Volume 23:54

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.000Subject Sample 23:57

2.613Breath Volume 23:57

0.000Air Blank 23:57

0.081Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 02/18/2019 12:06

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:0701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:57

St. John's County SO

GREEN,JASON

03/30/2019

366849

St. John's County SO

ACKERMAN,JUSTIN,T

ARCHACKI

12/09/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.079Control Test 02:00

0.000Air Blank 02:00

# 1Subject Sample 02:00 Subject Test Refused

0.000Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 01/10/2019 19:52

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:1201/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:52

St. John's County SO

ANDERSON,JUSTIN

03/30/2019

366849

St. John's County SO

ACKERMAN,JUSTIN,T

COLON

12/09/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:38

# 1 0.157Subject Sample 04:38

1.820Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.160Subject Sample 04:41

2.214Breath Volume 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 01/10/2019 19:52

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5101/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

02:03

St. Augustine PD

LEWIS,JESSIE

03/30/2019

366849

St. Augustine Beach

MORROW,JUSTIN,L

POWERS

12/09/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:46

# 1 0.164Subject Sample 02:47

1.949Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:49

# 2 0.165Subject Sample 02:50

1.742Breath Volume 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 01/10/2019 19:52

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3201/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:33

St. John's County SO

CATAGIO,L

03/30/2019

366849

St. John's County SO

HALL,S,T

AULD

12/09/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.080Control Test 21:38

0.000Air Blank 21:39

# 1 0.223Subject Sample 21:41

1.894Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:43

# 2Subject Sample 21:46 Subject Test Refused

0.000Breath Volume 21:46

0.000Air Blank 21:46

0.079Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 01/10/2019 19:52

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2901/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:32

St. Augustine PD

YARBOROUGH,ERIC

03/30/2019

366849

St. Augustine PD

YARBOROUGH,ERIC,L

ODOM

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

# 1 0.199Subject Sample 03:05

2.246Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.196Subject Sample 03:08

3.246Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:3501/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:41

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

HOLLEY

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

# 1 0.081Subject Sample 03:46

2.613Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.081Subject Sample 03:49

2.832Breath Volume 03:49

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1501/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:45

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

JENKINS

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.110Subject Sample 01:22

1.730Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.121Subject Sample 01:25

2.359Breath Volume 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:5801/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:54

St. John's County SO

HAND,B

03/30/2019

366849

St. John's County SO

HALL,S,T

RITTELL

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:49

0.000Air Blank 18:50

0.081Control Test 18:50

0.000Air Blank 18:50

# 1 0.249Subject Sample 18:52

1.703Breath Volume 18:52

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.271Subject Sample 18:56

1.273Breath Volume 18:56

0.000Air Blank 18:57

0.000Air Blank 18:59

# 3Subject Sample 18:59 RFI Detect

0.000Breath Volume 18:59

Air Blank 18:59 RFI Detect

Air Blank 18:59 RFI Detect

Data Download Date/Time: 02/26/2019 14:28

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:5301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:54

St. John's County SO

HAND,B

03/30/2019

366849

St. John's County SO

HALL,S,T

RITELL

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:18

0.000Air Blank 19:18

0.080Control Test 19:18

0.000Air Blank 19:19

# 1 0.256Subject Sample 19:20

1.859Breath Volume 19:20

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.266Subject Sample 19:23

1.335Breath Volume 19:23

0.000Air Blank 19:23

0.077Control Test 19:24

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:5301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:29

St. John's County SO

GIANNOTTA,DOMINIC

03/30/2019

366849

St. Augustine Beach

ACKERMAN,JUSTIN,T

BROWN

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.080Control Test 23:10

0.000Air Blank 23:10

# 1 0.238Subject Sample 23:12

2.855Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.230Subject Sample 23:16

2.652Breath Volume 23:16

0.000Air Blank 23:16

0.078Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:51:1501/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

13:10

St. John's County SO

ELLIS,A

03/30/2019

366849

St. John's County SO

ELLIS,ALEXANDER,M

LEHMAN

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:45

0.000Air Blank 13:45

0.080Control Test 13:46

0.000Air Blank 13:46

# 1 0.000Subject Sample 13:47

3.414Breath Volume 13:47

0.000Air Blank 13:47

0.000Air Blank 13:49

# 2 0.000Subject Sample 13:49

3.687Breath Volume 13:49

0.000Air Blank 13:50

0.079Control Test 13:50

0.000Air Blank 13:51

OKDiagnostics Check 13:51

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:50:2801/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

07:51

St. John's County SO

ELLIS,A

03/30/2019

366849

St. John's County SO

ELLIS,ALEXANDER,

MATTICKER

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:41

0.000Air Blank 08:41

0.081Control Test 08:41

0.000Air Blank 08:42

# 1 0.191Subject Sample 08:42

1.515Breath Volume 08:42

0.000Air Blank 08:43

0.000Air Blank 08:45

# 2 0.213Subject Sample 08:45

1.523Breath Volume 08:45

0.000Air Blank 08:46

0.000Air Blank 08:48

# 3 0.201Subject Sample 08:48

1.785Breath Volume 08:48

0.000Air Blank 08:49

0.080Control Test 08:49

0.000Air Blank 08:50

OKDiagnostics Check 08:50

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:1701/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:40

St. John's County SO

BECKTON,QUENTIN

03/30/2019

366849

St. John's County SO

HENNESSEY,BRANDON,L

MEISSNER

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

# 1 0.321Subject Sample 02:35

1.820Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.295Subject Sample 02:39

2.519Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:41

# 3 0.299Subject Sample 02:42

2.261Breath Volume 02:42

0.000Air Blank 02:43

0.076Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4401/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:39

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

MCGROGAN

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.228Subject Sample 03:43

2.046Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.241Subject Sample 03:46

3.406Breath Volume 03:46

0.000Air Blank 03:46

0.079Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5101/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:56

FHP Troop G

FORD,MICHAEL

03/30/2019

366849

FHP Troop G

FORD,MICHAEL,A

MATUTE

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.081Control Test 04:28

0.000Air Blank 04:28

# 1 0.206Subject Sample 04:30

1.554Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.210Subject Sample 04:34

1.578Breath Volume 04:34

0.000Air Blank 04:34

0.078Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:2001/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:07

St. John's County SO

GREEN,JASON

03/30/2019

366849

St. John's County SO

ACKERMAN,JUSTIN,T

CLARK

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

# 1 0.088Subject Sample 01:10

2.035Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.078Subject Sample 01:13

2.179Breath Volume 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1401/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:31

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

OLOUGHLIN

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.161Subject Sample 03:02

4.578Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.163Subject Sample 03:05

3.089Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:3801/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:20

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

WILCOX JR

01/10/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.081Control Test 22:06

0.000Air Blank 22:06

# 1 0.216Subject Sample 22:07

1.265Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.231Subject Sample 22:10

1.921Breath Volume 22:10

0.000Air Blank 22:10

0.081Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 02/26/2019 14:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:3801/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:42

Daytona Beach PD

LAMPE,CORTLAND

06/14/2020

796576

Daytona Beach PD

LAMPE,CORTLAND,B

CROMARTIE

12/27/2018

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

# 1 0.151Subject Sample 01:27

1.835Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:29

# 2 0.142Subject Sample 01:31

1.496Breath Volume 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 01/27/2019 03:19

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:2101/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:43

Daytona Beach PD

QUINONES,BRYAN

06/14/2020

796576

Daytona Beach PD

DUNNE,JUSTIN,R

LILLY

12/27/2018

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.238Subject Sample 01:22

1.562Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.239Subject Sample 01:25

2.382Breath Volume 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 01/27/2019 03:19

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3101/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:03

Daytona Beach PD

EDWARDS,LANDON

06/14/2020

796576

Daytona Beach PD

EDWARDS,LANDON,L

DUNLAP

12/27/2018

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.081Control Test 05:06

0.000Air Blank 05:06

# 1 0.014Subject Sample 05:07

4.042Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.013Subject Sample 05:10

2.707Breath Volume 05:10

0.000Air Blank 05:10

0.079Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 01/27/2019 03:19

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:1001/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:55

Daytona Beach PD

EDWARDS,LANDON

06/14/2020

796576

Daytona Beach PD

EDWARDS,LANDON,L

GRAHAM

12/27/2018

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.081Control Test 22:48

0.000Air Blank 22:49

# 1 0.000Subject Sample 22:49

2.199Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.000Subject Sample 22:52

2.425Breath Volume 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 01/27/2019 03:19

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5901/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:31

Flagler County SO

STOGDON,BRAD

08/05/2020

17618080A3

Flagler County SO

STOGDON,BRAD,M

BRENAY

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:21

# 1 0.242Subject Sample 03:22

1.578Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.238Subject Sample 03:25

1.574Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4901/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:06

Flagler County SO

CHAMBERS,JEREMY

08/05/2020

17618080A3

Flagler County SO

STOGDON,BRAD,M

KUYKENDALL

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

# 1 0.088Subject Sample 03:57

3.371Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.092Subject Sample 04:00

2.652Breath Volume 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:1101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:58

FHP Troop G

LIMA,MICHAEL

08/05/2020

17618080A3

FHP Troop G

LIMA,MICHAEL,A

COSBY

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.081Control Test 21:50

0.000Air Blank 21:51

# 1 0.171Subject Sample 21:51

3.390Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.169Subject Sample 21:54

3.605Breath Volume 21:54

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3701/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:14

Flagler County SO

MEEHAN,S

08/05/2020

17618080A3

Flagler County SO

KEMP,F,R

FALCEY

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.080Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:05:0001/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:33

15:24

Flagler County SO

KULESKI,JON

08/05/2020

17618080A3

Flagler County SO

BEAUSOLEIL,AARON,F

HALL

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:53

0.000Air Blank 16:54

0.080Control Test 16:54

0.000Air Blank 16:55

# 1 0.238Subject Sample 16:56

2.093Breath Volume 16:56

0.000Air Blank 16:57

0.000Air Blank 16:59

# 2 0.210Subject Sample 16:59

1.867Breath Volume 16:59

0.000Air Blank 17:00

0.000Air Blank 17:02

# 3 0.225Subject Sample 17:03

2.867Breath Volume 17:03

0.000Air Blank 17:04

0.079Control Test 17:04

0.000Air Blank 17:04

OKDiagnostics Check 17:05

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2501/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:02

Flagler County SO

GADDIE,KYLE

08/05/2020

17618080A3

Flagler County SO

CHEWNING,AUSTIN,M

GRAHAM

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:57

0.000Air Blank 02:57

# 1Subject Sample 02:59 Subject Test Refused

0.000Breath Volume 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:4701/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:03

Flagler County SO

GOSSETT,A

08/05/2020

17618080A3

Flagler County SO

GADSON,LAUREN,J

PELOTTE

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.080Control Test 00:04

0.000Air Blank 00:04

# 1 0.148Subject Sample 00:05

2.757Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.148Subject Sample 00:08

2.550Breath Volume 00:08

0.000Air Blank 00:08

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:4201/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:42

Flagler County SO

GADDIE,K

08/05/2020

17618080A3

Flagler County SO

KEMP,F,R

BEARD

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.081Control Test 19:51

0.000Air Blank 19:52

# 1Subject Sample 19:54 Subject Test Refused

0.859Breath Volume 19:54

0.000Air Blank 19:54

0.080Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:0501/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:42

Flagler County SO

GOSSETT,A

08/05/2020

17618080A3

Flagler County SO

KEMP,F,R

WATKINS

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

# 1 0.043Subject Sample 00:50

2.492Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.040Subject Sample 00:53

1.960Breath Volume 00:53

0.000Air Blank 00:54

0.081Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:1401/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:55

Flagler County SO

BARNETT,J

08/05/2020

17618080A3

Flagler County SO

KEMP,F,R

ROSEN

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.081Control Test 23:03

0.000Air Blank 23:03

# 1Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:04

0.081Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3801/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:01

Flagler County SO

SYLVESTER,T

08/05/2020

17618080A3

Flagler Beach PD

KEMP,F,R

SANCHEZ

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:06

# 1 0.223Subject Sample 01:07

1.832Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.219Subject Sample 01:10

2.582Breath Volume 01:10

0.000Air Blank 01:10

0.079Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:5301/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:03

Flagler County SO

GOSSETT,A

08/05/2020

17618080A3

Flagler County SO

CAPOBIANCO,LAUREN,J

COKER

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:57

0.080Control Test 20:57

0.000Air Blank 20:58

# 1 0.139Subject Sample 20:58

2.375Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:00

# 2 0.139Subject Sample 21:01

2.625Breath Volume 21:01

0.000Air Blank 21:01

0.080Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:2401/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:12

Flagler County SO

GOSSETT,A

08/05/2020

17618080A3

Flagler County SO

CAPOBIANCO,LAUREN,J

VIVIANO

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.080Control Test 00:15

0.000Air Blank 00:15

# 1Subject Sample 00:16 Subject Test Refused

0.000Breath Volume 00:16

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:5801/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

20:53

Flagler County SO

MEEHAN,SHANE

08/05/2020

17618080A3

Flagler County SO

MEEHAN,SHANE,P

DYER

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:24

# 1 0.000Subject Sample 22:24

1.324Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.000Subject Sample 22:27

1.539Breath Volume 22:27

0.000Air Blank 22:28

0.081Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:0301/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:28

Flagler County SO

WRAY,CHRISTOPHER

08/05/2020

17618080A3

Flagler County SO

WRAY,CHRISTOPHER,J

ENGLISH

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:36

0.000Air Blank 20:37

0.081Control Test 20:37

0.000Air Blank 20:37

# 1 0.000Subject Sample 20:38

2.835Breath Volume 20:38

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.000Subject Sample 20:41

2.316Breath Volume 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:42

OKDiagnostics Check 20:43

Data Download Date/Time: 01/28/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:3701/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:34

Flagler County SO

SHAUGHNESSY,G

08/05/2020

17618080A3

Flagler County SO

CAPOBIANCO,LAUREN,J

HOURACHAN

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 01/28/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:1701/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:42

Flagler County SO

GOSSETT,A

08/05/2020

17618080A3

Flagler County SO

CAPOBIANCO,LAUREN,J

HUGHES

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.081Control Test 04:32

0.000Air Blank 04:32

# 1Subject Sample 04:33 Subject Test Refused

0.000Breath Volume 04:33

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 01/28/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:3301/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:42

Flagler County SO

GOSSETT,A

08/05/2020

17618080A3

Flagler County SO

CAPOBIANCO,LAUREN,J

HUGHES

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.081Control Test 04:50

0.000Air Blank 04:51

# 1 0.049Subject Sample 04:51

1.316Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.049Subject Sample 04:55

1.464Breath Volume 04:55

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 01/28/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:5201/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

18:47

Flagler County SO

LICHTY,DAVID

08/05/2020

17618080A3

Flagler County SO

PREVATT,JENNIFER,M

FIGUEROA

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:57

0.081Control Test 19:57

0.000Air Blank 19:58

# 1Subject Sample 19:58 Subject Test Refused

0.000Breath Volume 19:58

0.000Air Blank 19:58

0.081Control Test 19:59

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 01/28/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3401/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:42

Flagler County SO

MALTA,D

08/05/2020

17618080A3

Flagler County SO

MEEHAN,SHANE,P

GUILFORD

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:46

# 1 0.093Subject Sample 00:48

2.429Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.092Subject Sample 00:51

2.261Breath Volume 00:51

0.000Air Blank 00:51

0.081Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 01/28/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:0201/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

04:44

Flagler County SO

GADDIE,K

08/05/2020

17618080A3

Flagler County SO

MEEHAN,SHANE,P

PEREZ

12/25/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:56

0.080Control Test 05:56

0.000Air Blank 05:57

# 1 0.163Subject Sample 05:57

2.167Breath Volume 05:57

0.000Air Blank 05:58

0.000Air Blank 05:59

# 2 0.165Subject Sample 06:00

2.621Breath Volume 06:00

0.000Air Blank 06:01

0.080Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:02

Data Download Date/Time: 01/28/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:1301/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:17

Flagler County SO

GOSSETT,A

08/05/2020

17618080A3

Flagler County SO

CAPOBIANCO,LAUREN,J

HOXWORTH

01/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

# 1 0.000Subject Sample 04:06

2.687Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.000Subject Sample 04:09

2.726Breath Volume 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 02/28/2019 07:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:0801/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:39

Flagler County SO

BARKOSKIE,ADAM

08/05/2020

17618080A3

Flagler County SO

PREVATT,JENNIFER,M

PALMIERI

01/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.080Control Test 20:46

0.000Air Blank 20:47

# 1 0.181Subject Sample 20:48

1.160Breath Volume 20:48

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.177Subject Sample 20:51

1.179Breath Volume 20:51

0.000Air Blank 20:52

0.080Control Test 20:52

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 02/28/2019 07:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:1101/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:12

OTHER Local

NEALIS,JACOB

05/05/2020

05218080A3

Volusia County SO

RUSHWORTH,JOSEPH,D

GRIMALDI

12/30/2018

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.079Control Test 20:16

0.000Air Blank 20:17

# 1 0.168Subject Sample 20:18

1.554Breath Volume 20:18

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.174Subject Sample 20:22

1.628Breath Volume 20:22

0.000Air Blank 20:23

0.079Control Test 20:23

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 01/30/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:5801/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:23

OTHER Local

FOUGERE,MARCEL

05/05/2020

05218080A3

OTHER Local

FOUGERE,MARCEL,A

FRENIER

12/30/2018

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:43

# 1Subject Sample 00:47 No Sample Provided

0.000Breath Volume 00:47

0.000Air Blank 00:47

Air Blank 00:49 Ambient Fail

0.000Air Blank 00:49

Data Download Date/Time: 01/30/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:5901/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:23

OTHER Local

FOUGERE,MARCEL

05/05/2020

05218080A3

OTHER Local

FOUGERE,MARCEL,A

FRENIER

12/30/2018

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

Air Blank 00:54 Ambient Fail

0.000Air Blank 00:54

Data Download Date/Time: 01/30/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:4101/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:30

Haines City PD

MORALES,JOEL

06/07/2021

970670

Haines City PD

TUCKER,WILLIAM,

GONZALEZ JR

12/25/2018

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.083Control Test 01:51

0.000Air Blank 01:52

# 1 0.155Subject Sample 01:52

2.054Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.147Subject Sample 01:55

1.468Breath Volume 01:55

0.000Air Blank 01:56

0.082Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 01/15/2019 15:45

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:0301/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:23

OTHER Local

TURNER,LATORIAN

06/07/2021

970670

OTHER Local

TURNER,LATORIAN,T

COLLINS

12/25/2018

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.084Control Test 20:09

0.000Air Blank 20:10

# 1 0.078Subject Sample 20:10

1.460Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.071Subject Sample 20:13

1.222Breath Volume 20:13

0.000Air Blank 20:14

0.082Control Test 20:14

0.000Air Blank 20:14

OKDiagnostics Check 20:15

Data Download Date/Time: 01/28/2019 10:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:58:1301/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:15

09:15

Haines City PD

WEBER,RAY

06/07/2021

970670

Haines City PD

WEBER,RAY,M

MORALES GARCIA

01/28/2019

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:52

0.000Air Blank 09:52

0.084Control Test 09:52

0.000Air Blank 09:53

# 1 0.000Subject Sample 09:54

1.289Breath Volume 09:54

0.000Air Blank 09:54

0.000Air Blank 09:56

# 2 0.000Subject Sample 09:56

1.527Breath Volume 09:56

0.000Air Blank 09:57

0.083Control Test 09:57

0.000Air Blank 09:58

OKDiagnostics Check 09:58

Data Download Date/Time: 01/28/2019 10:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:19:0601/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:30

09:30

Haines City PD

WEBER,RAY

06/07/2021

970670

Haines City PD

WEBER,RAY,M

HITLEY

01/28/2019

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:13

0.000Air Blank 10:13

0.083Control Test 10:14

0.000Air Blank 10:14

# 1 0.000Subject Sample 10:14

2.074Breath Volume 10:14

0.000Air Blank 10:15

0.000Air Blank 10:17

# 2 0.000Subject Sample 10:17

2.101Breath Volume 10:17

0.000Air Blank 10:18

0.083Control Test 10:18

0.000Air Blank 10:19

OKDiagnostics Check 10:19

Data Download Date/Time: 02/20/2019 06:51

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:10:4201/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:30

15:30

Haines City PD

WEBER,RAY

06/07/2021

970670

Haines City PD

WEBER,RAY,M

PENCE

01/28/2019

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:04

0.000Air Blank 16:05

0.084Control Test 16:05

0.000Air Blank 16:06

# 1 0.000Subject Sample 16:06

1.136Breath Volume 16:06

0.000Air Blank 16:06

0.000Air Blank 16:08

# 2 0.000Subject Sample 16:09

1.316Breath Volume 16:09

0.000Air Blank 16:09

0.084Control Test 16:10

0.000Air Blank 16:10

OKDiagnostics Check 16:10

Data Download Date/Time: 02/20/2019 06:51

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:5901/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:04

Haines City PD

TUCKER,WILLIAM

06/07/2021

970670

Haines City PD

TUCKER,WILLIAM,

GOMEZ

01/28/2019

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.084Control Test 03:48

0.000Air Blank 03:48

# 1 0.171Subject Sample 03:49

2.906Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 2 0.186Subject Sample 03:52

2.414Breath Volume 03:52

0.000Air Blank 03:53

0.084Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 02/20/2019 06:51

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001154CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3001/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:23

Volusia County SO

RAIHALA,JOHN

12/01/2019

644476

Ormond Beach PD

ALLISON,PATRICK,W

HERNANDEZ

12/28/2018

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

Air Blank 03:17 Ambient Fail

0.000Air Blank 03:17

Data Download Date/Time: 01/28/2019 11:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001154CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:23

Volusia County SO

RAIHALA,JOHN

12/01/2019

644476

Ormond Beach PD

ALLISON,PATRICK,W

HERNANDEZ

12/28/2018

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

# 1 0.273Subject Sample 03:23

2.246Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.283Subject Sample 03:26

2.316Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 01/28/2019 11:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001154CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:1201/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:16

Volusia County SO

RITTENOUR,COREY

12/01/2019

644476

Volusia County SO

RITTENOUR,COREY,T

TEAL

12/28/2018

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.082Control Test 00:11

0.000Air Blank 00:12

# 1Subject Sample 00:15 No Sample Provided

0.000Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2Subject Sample 00:17 Subject Test Refused

0.000Breath Volume 00:17

0.000Air Blank 00:18

0.082Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 01/28/2019 11:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:1201/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:14

Ormond Beach PD

RAIHALA,JONATHAN

07/26/2020

814183

Ormond Beach PD

GARNER,MICHAEL,D

MILLER JR

12/29/2018

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:36

# 1 0.094Subject Sample 04:36

2.820Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.099Subject Sample 04:39

3.402Breath Volume 04:39

0.000Air Blank 04:40

0.081Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 01/31/2019 12:07

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:0401/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:28

Ormond Beach PD

BIONELLI,JARED

07/26/2020

814183

Holly Hills PD

WARMINGTON,WILLIAM,G

SAMPLES

12/29/2018

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.082Control Test 20:40

0.000Air Blank 20:41

# 1 0.194Subject Sample 20:41

5.050Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.194Subject Sample 20:45

4.582Breath Volume 20:45

Air Blank 20:45 RFI Detect

0.000Air Blank 20:46

Data Download Date/Time: 01/31/2019 12:07

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:02:1101/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:37

16:14

Ormond Beach PD

BRAUN,CALEB

07/26/2020

814183

Ormond Beach PD

PEARSON,ROBERT,B

JOHANSMEYER

12/29/2018

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:59

0.000Air Blank 16:59

0.082Control Test 17:00

0.000Air Blank 17:00

# 1Subject Sample 17:00 Subject Test Refused

0.000Breath Volume 17:00

0.000Air Blank 17:01

0.081Control Test 17:01

0.000Air Blank 17:02

OKDiagnostics Check 17:02

Data Download Date/Time: 01/31/2019 12:07

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:3501/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:19

Ormond Beach PD

DOUGLAS,THOMAS

07/26/2020

814183

Ormond Beach PD

RUBIN,RICHARD,D

CALE

12/29/2018

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

# 1 0.064Subject Sample 00:56

1.808Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.059Subject Sample 01:01

1.203Breath Volume 01:01

0.000Air Blank 01:01

0.082Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 01/31/2019 12:07

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:2901/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:00

Ormond Beach PD

GRISWOLD,ADAM

07/26/2020

814183

Ormond Beach PD

WARMINGTON,WILLIAM,G

RICHARDS

01/31/2019

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:38

# 1Subject Sample 23:39 Subject Test Refused

0.000Breath Volume 23:39

0.000Air Blank 23:39

0.081Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 02/05/2019 09:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001159CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:3101/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:19

Orange City PD

BARRIOS,FRANK

08/05/2020

17618080A1

Orange City PD

BRUBAKER,KELLY,J

ANTONELLI

12/04/2018

8100.27

ORANGE CITY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.080Control Test 05:03

0.000Air Blank 05:04

# 1Subject Sample 05:07 No Sample Provided

0.000Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.143Subject Sample 05:12

1.636Breath Volume 05:12

0.000Air Blank 05:12

0.000Air Blank 05:14

# 3 0.132Subject Sample 05:16

1.257Breath Volume 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 01/04/2019 10:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:5601/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

20:13

Clermont PD

DUBI,U

03/05/2020

02618080A2

Clermont PD

REIMUNDY,B,

NILES

12/30/2018

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.076Control Test 21:00

0.000Air Blank 21:00

# 1 0.153Subject Sample 21:02

1.132Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:04

# 2 0.151Subject Sample 21:05

1.500Breath Volume 21:05

0.000Air Blank 21:05

0.076Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 01/27/2019 23:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0601/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:38

Clermont PD

JOHNAKIN,DARRELL

03/05/2020

02618080A2

Clermont PD

BELL,ETHAN,C

MIZZELL

12/30/2018

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.275Subject Sample 03:21

3.191Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.273Subject Sample 03:24

2.488Breath Volume 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 01/27/2019 23:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:0401/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:52

Clermont PD

JOHNAKIN,D

03/05/2020

02618080A2

Clermont PD

REASONER,DEBORAH,

KINNEMAND

12/30/2018

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.080Control Test 21:27

0.000Air Blank 21:27

# 1 0.187Subject Sample 21:30 Volume Not Met

1.035Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.192Subject Sample 21:34

1.191Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 3 0.192Subject Sample 21:39

1.546Breath Volume 21:39

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:41

Data Download Date/Time: 01/27/2019 23:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001177CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:4401/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

17:19

Lady Lake PD

DURYEA,MATTHEW

08/05/2019

17817080A3

Lady Lake PD

DURYEA,MATTHEW,

DUCAT

12/21/2018

8100.27

LADY LAKE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:43

0.000Air Blank 18:44

0.079Control Test 18:44

0.000Air Blank 18:44

# 1 0.231Subject Sample 18:45

2.242Breath Volume 18:45

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.229Subject Sample 18:48

1.757Breath Volume 18:48

0.000Air Blank 18:48

0.078Control Test 18:49

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 01/22/2019 14:21

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001179CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:4101/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:50

19:00

FFWCC (West Palm)

GOMEZ,RUBEN

02/24/2019

279870

FFWCC (West Palm)

BLANCO,JUAN,S

MORLEY

12/28/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.080Control Test 21:17

0.000Air Blank 21:17

# 1Subject Sample 21:18 Subject Test Refused

0.000Breath Volume 21:18

0.000Air Blank 21:18

0.080Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 01/23/2019 21:13

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:2901/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

01:01

Boynton Beach PD

CASTRO,DENNIS

01/23/2020

684131

Boynton Beach PD

CASTRO,DENNIS,

JOHNSON

12/27/2018

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

# 1 0.164Subject Sample 01:41

1.832Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.164Subject Sample 01:44

2.289Breath Volume 01:44

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 02/13/2019 16:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5801/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:29

Boynton Beach PD

CASTRO,DENNIS

01/23/2020

684131

Boynton Beach PD

CASTRO,DENNIS,

VALENCIA

12/27/2018

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1Subject Sample 00:59 Subject Test Refused

0.000Breath Volume 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 02/13/2019 16:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4301/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:55

Boynton Beach PD

CASTRO,DENNIS

01/23/2020

684131

Boynton Beach PD

CASTRO,DENNIS,

WEHRLI

12/27/2018

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

# 1 0.159Subject Sample 02:31 Volume Not Met

0.238Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.221Subject Sample 02:37 Volume Not Met

1.011Breath Volume 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 02/13/2019 16:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:0801/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:55

Boynton Beach PD

CASTRO,DENNIS

01/23/2020

684131

Boynton Beach PD

CASTRO,DENNIS,

WEHRLI

12/27/2018

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.236Subject Sample 02:53

1.820Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.232Subject Sample 02:58

1.843Breath Volume 02:58

0.000Air Blank 02:59

0.078Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 02/13/2019 16:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0201/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

22:17

Boynton Beach PD

CASTRO,DENNIS

01/23/2020

684131

Boynton Beach PD

CASTRO,DENNIS,

TOZZO

01/30/2019

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.079Control Test 22:53

0.000Air Blank 22:53

# 1Subject Sample 22:53 Subject Test Refused

0.000Breath Volume 22:53

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:55

Data Download Date/Time: 02/13/2019 16:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:19:3501/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:26

Panama City Beach PD

JONES,JAMES

09/13/2019

572920

Panama City Beach PD

JONES,JAMES,R

HOFFMAN

01/09/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:13

0.000Air Blank 19:13

0.081Control Test 19:14

0.000Air Blank 19:14

# 1 0.215Subject Sample 19:15

1.675Breath Volume 19:15

0.000Air Blank 19:15

0.000Air Blank 19:17

# 2 0.201Subject Sample 19:18

1.746Breath Volume 19:18

0.000Air Blank 19:18

0.081Control Test 19:18

0.000Air Blank 19:19

OKDiagnostics Check 19:19

Data Download Date/Time: 01/30/2019 15:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:1301/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:34

Panama City Beach PD

WURST,JOSHUA

09/13/2019

572920

Panama City Beach PD

WURST,JOSHUA,D

GOODMAN

01/09/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.082Control Test 00:23

0.000Air Blank 00:24

# 1 0.151Subject Sample 00:24

2.617Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.148Subject Sample 00:27

2.234Breath Volume 00:27

0.000Air Blank 00:28

0.081Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 01/30/2019 15:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:4101/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:18

Panama City Beach PD

WURST,JOSHUA

09/13/2019

572920

Panama City Beach PD

WURST,JOSHUA,D

WILSON

01/09/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:33

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.082Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 01/30/2019 15:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3501/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

03:02

Panama City Beach PD

JONES,JAMES

09/13/2019

572920

Panama City Beach PD

JONES,JAMES,R

LONGMIRE

01/09/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.081Control Test 03:38

0.000Air Blank 03:38

# 1Subject Sample 03:39 Subject Test Refused

0.000Breath Volume 03:39

0.000Air Blank 03:39

0.082Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 01/30/2019 15:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0701/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:00

Panama City Beach PD

WILLIAMS,ROBERT

09/13/2019

572920

Panama City Beach PD

PETTYS,JOEY,A

BROCKDORF

01/09/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.081Control Test 02:44

0.000Air Blank 02:44

# 1 0.174Subject Sample 02:45

2.640Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.175Subject Sample 02:48

1.199Breath Volume 02:48

0.000Air Blank 02:49

0.082Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 01/30/2019 15:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4901/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:05

Panama City Beach PD

WURST,JOSHUA

09/13/2019

572920

Panama City Beach PD

WURST,JOSHUA,D

FOX

01/09/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.081Control Test 02:57

0.000Air Blank 02:57

# 1 0.131Subject Sample 02:58

2.636Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.127Subject Sample 03:01

3.109Breath Volume 03:01

0.000Air Blank 03:01

0.082Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 01/30/2019 15:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4701/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:10

Panama City Beach PD

JONES,JAMES

09/13/2019

572920

Panama City Beach PD

JONES,JAMES,R

WOMACK

01/09/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.082Control Test 01:57

0.000Air Blank 01:58

# 1 0.134Subject Sample 01:59

2.917Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.139Subject Sample 02:02

1.527Breath Volume 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 01/30/2019 15:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:1701/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

23:36

FHP TROOP F

SACKMANN,ANDREW

03/05/2019

03417080A2

FHP TROOP F

LEZAMA,JOMARIE,N

ZERQUERA RODRIGUEZ

01/03/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:04

# 1 0.207Subject Sample 02:04

2.113Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.203Subject Sample 02:07

1.960Breath Volume 02:07

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 02/04/2019 16:13

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:1301/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:43

Panama City PD

HARRIS,DAVID

03/30/2019

366849

Panama City PD

HARRIS,DAVID,L

GRIFFITH

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:11

# 1 0.138Subject Sample 00:12

1.390Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.134Subject Sample 00:15

1.742Breath Volume 00:15

0.000Air Blank 00:16

0.079Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 02/03/2019 19:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:0301/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

23:27

Panama City PD

ROGERS,JEFF

03/30/2019

366849

Panama City PD

BOHRER,MARK,

STEWART

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:39

# 1 0.132Subject Sample 23:40

1.660Breath Volume 23:40

0.000Air Blank 23:41

Air Blank 23:42 RFI Detect

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:44

Data Download Date/Time: 02/03/2019 19:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:5901/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:26

Panama City PD

ROGERS,JEFF

03/30/2019

366849

Panama City PD

BOHRER,MARK,

STEWART

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:02

# 1 0.116Subject Sample 00:02

1.171Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.118Subject Sample 00:05

2.515Breath Volume 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 02/03/2019 19:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:5401/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:13

Panama City PD

HARRIS,DAVID

03/30/2019

366849

Panama City PD

HARRIS,DAVID,L

AGUILAR

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:08

# 1 0.241Subject Sample 02:09

3.324Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:11

# 2 0.236Subject Sample 02:12

3.023Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 02/03/2019 19:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:12:3701/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:43

09:29

Panama City PD

JOHNSON,BRITTANY

03/30/2019

366849

Panama City PD

BROCK,AUSTIN,M

HARRIS

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:04

0.000Air Blank 10:05

0.081Control Test 10:05

0.000Air Blank 10:05

# 1 0.213Subject Sample 10:07

1.546Breath Volume 10:07

0.000Air Blank 10:07

0.000Air Blank 10:09

# 2 0.217Subject Sample 10:11

1.496Breath Volume 10:11

0.000Air Blank 10:11

0.080Control Test 10:12

0.000Air Blank 10:12

OKDiagnostics Check 10:12

Data Download Date/Time: 02/03/2019 19:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:3301/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:31

Panama City PD

ABRAHAM,ERIC

03/30/2019

366849

Panama City PD

ABRAHAM,ERIC,D

BARRS

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

# 1 0.218Subject Sample 04:15 Volume Not Met

0.136Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.224Subject Sample 04:21 Volume Not Met

0.285Breath Volume 04:21

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 02/03/2019 19:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:1601/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:13

Panama City PD

RHODES,WILLIAM

03/30/2019

366849

Panama City PD

TURNER,JONATHAN,R

CURRY

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:45

# 1 0.264Subject Sample 22:46

1.433Breath Volume 22:46

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.266Subject Sample 22:49

1.609Breath Volume 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 02/03/2019 19:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3601/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:59

Panama City PD

ALLYN,WILLIAM

03/30/2019

366849

Panama City PD

ALLYN,WILLIAM,P

PEREZ

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 02/03/2019 19:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:1801/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:25

18:08

Panama City PD

SITZLER,ANTHONY

03/30/2019

366849

Panama City PD

TURNER,JONATHAN,R

RUSTIN

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:46

0.081Control Test 18:46

0.000Air Blank 18:46

# 1 0.177Subject Sample 18:47

1.347Breath Volume 18:47

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2 0.178Subject Sample 18:52 Volume Not Met

0.457Breath Volume 18:52

0.000Air Blank 18:53

0.000Air Blank 18:55

# 3 0.183Subject Sample 18:56

2.085Breath Volume 18:56

0.000Air Blank 18:57

0.079Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 02/03/2019 19:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:0601/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:49

Panama City PD

ALLYN,WILLIAM

03/30/2019

366849

Panama City PD

ALLYN,WILLIAM,P

SLAY

12/29/2018

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.081Control Test 05:26

0.000Air Blank 05:27

# 1 0.000Subject Sample 05:27

1.320Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.000Subject Sample 05:30

2.609Breath Volume 05:30

0.000Air Blank 05:31

0.081Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 02/03/2019 19:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001205CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:2201/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:45

NAS Pensacola

BARNES,SOPHIA

04/05/2017

07515080A4

NAS Pensacola

MUNIZ,BENJAMIN,P

MINER

12/27/2018

8100.27

NAS PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:14

# 1 0.308Subject Sample 22:14

3.128Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.307Subject Sample 22:17

4.285Breath Volume 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 01/29/2019 21:36

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:5101/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:19

Hendry County SO

NORWOOD,CHRISTOPHER

06/08/2019

437738

Hendry County SO

NORWOOD,CHRISTOPHER,J

SANDOVAL

12/26/2018

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.082Control Test 01:49

0.000Air Blank 01:49

# 1 0.073Subject Sample 01:52 Volume Not Met

0.382Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.124Subject Sample 01:56

1.812Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:58

# 3 0.122Subject Sample 01:59

1.726Breath Volume 01:59

0.000Air Blank 01:59

0.081Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 01/06/2019 22:08

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:30:2201/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:58

09:08

Hendry County SO

ELDRIDGE,ANDREW

06/08/2019

437738

Hendry County SO

MCNEIL,DARRIN,J

BELMER

01/06/2019

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:22

0.000Air Blank 11:23

0.082Control Test 11:23

0.000Air Blank 11:24

# 1 0.104Subject Sample 11:24

1.406Breath Volume 11:24

0.000Air Blank 11:25

0.000Air Blank 11:27

# 2 0.098Subject Sample 11:28

1.511Breath Volume 11:28

0.000Air Blank 11:29

0.083Control Test 11:29

0.000Air Blank 11:30

OKDiagnostics Check 11:30

Data Download Date/Time: 02/22/2019 01:08

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:01:2101/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

10:34

10:34

Tyndall AFB PD

FOSTER,STEPHEN

04/27/2020

770784

Tyndall AFB PD

PLUMADORE,JOHN,C

CAIN

01/07/2019

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:55

0.000Air Blank 10:55

0.078Control Test 10:55

0.000Air Blank 10:56

# 1 0.095Subject Sample 10:56

1.925Breath Volume 10:56

0.000Air Blank 10:57

0.000Air Blank 10:59

# 2 0.094Subject Sample 10:59

2.250Breath Volume 10:59

0.000Air Blank 11:00

0.080Control Test 11:00

0.000Air Blank 11:01

OKDiagnostics Check 11:01

Data Download Date/Time: 02/12/2019 10:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:24:2401/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

13:29

13:29

Tyndall AFB PD

GARZA,IVAN

04/27/2020

770784

Tyndall AFB PD

GARZA,IVAN,A

FORD

01/07/2019

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:17

0.000Air Blank 14:18

0.082Control Test 14:18

0.000Air Blank 14:19

# 1 0.150Subject Sample 14:19

1.769Breath Volume 14:19

0.000Air Blank 14:20

0.000Air Blank 14:22

# 2 0.144Subject Sample 14:22

1.308Breath Volume 14:22

0.000Air Blank 14:23

0.082Control Test 14:23

0.000Air Blank 14:24

OKDiagnostics Check 14:24

Data Download Date/Time: 02/12/2019 10:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:2101/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:39

Tyndall AFB PD

SIKES,ROBERT

04/27/2020

770784

Tyndall AFB PD

BUBNIS,GUY,W

MCCONNELL

01/07/2019

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:08

0.000Air Blank 19:08

0.081Control Test 19:08

0.000Air Blank 19:09

# 1 0.302Subject Sample 19:10

4.101Breath Volume 19:10

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.313Subject Sample 19:13

4.175Breath Volume 19:13

0.000Air Blank 19:14

0.082Control Test 19:14

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 02/12/2019 10:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:0001/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

18:45

18:37

Tyndall AFB PD

SIKES,ROBERT

04/27/2020

770784

Tyndall AFB PD

BUBNIS,GUY,W

MCCONNELL

01/07/2019

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.082Control Test 20:16

0.000Air Blank 20:16

# 1 0.285Subject Sample 20:17

3.824Breath Volume 20:17

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.283Subject Sample 20:20

3.167Breath Volume 20:20

0.000Air Blank 20:21

0.081Control Test 20:21

0.000Air Blank 20:21

OKDiagnostics Check 20:22

Data Download Date/Time: 02/12/2019 10:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3001/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:14

West Palm Beach PD

THOMAS,MICAH

10/05/2020

24818080A2

West Palm Beach PD

THOMAS,MICAH,L

LEGER

12/31/2018

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

# 1 0.164Subject Sample 02:54

1.292Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.160Subject Sample 02:56

1.652Breath Volume 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 01/31/2019 09:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4501/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:52

West Palm Beach PD

STREIGOLD,DAVID

10/05/2020

24818080A2

West Palm Beach PD

ANNESE,MORRIS,J

QUINTANA SUNOL

12/31/2018

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

# 1 0.186Subject Sample 02:28

3.589Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.198Subject Sample 02:32

1.921Breath Volume 02:32

0.000Air Blank 02:32

0.081Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 01/31/2019 09:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:5801/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

21:01

West Palm Beach PD

STREIGOLD,DAVID

10/05/2020

24818080A2

West Palm Beach PD

ANNESE,MORRIS,J

WILLIAMS

12/31/2018

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

# 1Subject Sample 21:49 Subject Test Refused

0.000Breath Volume 21:49

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 01/31/2019 09:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:3001/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

01:03

West Palm Beach PD

STREIGOLD,DAVID

10/05/2020

24818080A2

West Palm Beach PD

ANNESE,MORRIS,J

VELASQUEZ TOMAS

12/31/2018

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.080Control Test 01:47

0.000Air Blank 01:47

# 1 0.214Subject Sample 01:48

2.355Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.202Subject Sample 01:50

1.433Breath Volume 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 01/31/2019 09:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:0201/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:27

West Palm Beach PD

DONDE,J

10/05/2020

24818080A2

West Palm Beach PD

DONDE,J,

CASTILLO

12/31/2018

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

# 1 0.230Subject Sample 22:20

1.503Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:22

# 2 0.234Subject Sample 22:23

1.242Breath Volume 22:23

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:25

Data Download Date/Time: 01/31/2019 09:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:3401/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:22

West Palm Beach PD

THOMAS,MICAH

10/05/2020

24818080A2

West Palm Beach PD

THOMAS,MICAH,L

ITZEP-PEREZ

12/31/2018

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

# 1 0.181Subject Sample 04:06

2.242Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.183Subject Sample 04:09

2.453Breath Volume 04:09

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 01/31/2019 09:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2201/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:39

West Palm Beach PD

STREIGOLD,DAVID

10/05/2020

24818080A2

West Palm Beach PD

ANNESE,MORRIS,J

SALAS ESCALANTE

12/31/2018

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:31

# 1 0.215Subject Sample 01:32

1.390Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.227Subject Sample 01:35

1.367Breath Volume 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 01/31/2019 09:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:2701/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:28

West Palm Beach PD

THOMAS,MICAH

10/05/2020

24818080A2

West Palm Beach PD

THOMAS,MICAH,L

WALKER

12/31/2018

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.081Control Test 23:52

0.000Air Blank 23:52

# 1 0.014Subject Sample 23:54

1.230Breath Volume 23:54

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.012Subject Sample 23:57

1.218Breath Volume 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 01/31/2019 09:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:1101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:43

Polk County SO

MELTZER,CHRISTOPHER

10/05/2019

22817080A4

Polk County SO

MELTZER,CHRISTOPHER,J

CALVILLO-VIVANCO

12/28/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

# 1 0.223Subject Sample 00:45

1.613Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:47

# 2 0.209Subject Sample 00:48

2.792Breath Volume 00:48

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 01/28/2019 08:36

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:1901/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:32

Polk County SO

POTTER,ADAM

10/05/2019

22817080A4

Polk County SO

POTTER,ADAM,H

MONTANEZ

12/28/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.081Control Test 23:31

0.000Air Blank 23:31

# 1 0.000Subject Sample 23:32

2.789Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.000Subject Sample 23:34

2.808Breath Volume 23:34

0.000Air Blank 23:35

0.081Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 01/28/2019 08:36

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:1201/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:14

Polk County SO

BELCHER,ALEX

10/05/2019

22817080A4

Polk County SO

POTTER,ADAM,H

BROWN

12/28/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.081Control Test 22:07

0.000Air Blank 22:08

# 1 0.023Subject Sample 22:08

1.933Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.022Subject Sample 22:11

1.503Breath Volume 22:11

0.000Air Blank 22:12

0.081Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 01/28/2019 08:36

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:5501/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:27

Lake County SO

CHESSHER,SANDRA

07/24/2020

814181

Lake County SO

CHESSHER,SANDRA,W

ROBERTS

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:37

# 1 0.157Subject Sample 01:38

2.105Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.158Subject Sample 01:41

2.210Breath Volume 01:41

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 01/01/2019 21:08

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:4101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:20

Clermont PD

BELL,ETHAN

07/24/2020

814181

Clermont PD

BELL,ETHAN,C

QUINTANA

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.082Control Test 03:43

0.000Air Blank 03:44

# 1 0.138Subject Sample 03:46

1.230Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.170Subject Sample 03:49

1.937Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 3 0.159Subject Sample 03:53

3.050Breath Volume 03:53

0.000Air Blank 03:53

0.081Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 01/01/2019 21:08

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:28:5501/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:57

08:27

Astatula PD

REED,WILLIAM

07/24/2020

814181

Lake County SO

CAPRAUN,ERICK,L

COOPER

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:25

0.000Air Blank 09:25

0.082Control Test 09:26

0.000Air Blank 09:26

# 1Subject Sample 09:27 Subject Test Refused

0.000Breath Volume 09:27

0.000Air Blank 09:28

0.081Control Test 09:28

0.000Air Blank 09:28

OKDiagnostics Check 09:28

Data Download Date/Time: 01/01/2019 21:09

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3701/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:07

Daytona Beach Shores

CASTELLANO,VINCENT

02/07/2021

906364

Daytona Beach Shores

CASTELLANO,VINCENT,J

CARAGIANI

12/09/2018

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

# 1 0.197Subject Sample 03:55

1.164Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.203Subject Sample 03:58

1.550Breath Volume 03:58

0.000Air Blank 03:59

0.078Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 01/31/2019 14:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:4801/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:44

Daytona Beach Shores

CASTELLANO,VINCENT

02/07/2021

906364

Daytona Beach Shores

CASTELLANO,VINCENT,J

MARTINEAU

12/09/2018

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:27

# 1 0.095Subject Sample 22:28

3.089Breath Volume 22:28

0.000Air Blank 22:29

0.000Air Blank 22:30

# 2 0.090Subject Sample 22:31

1.816Breath Volume 22:31

0.000Air Blank 22:31

0.078Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/31/2019 14:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:1201/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:35

Daytona Beach Shores

MURPHEY,GLEN

02/07/2021

906364

Daytona Beach Shores

RADEMACHER,RICHARD,J

WALLACE

12/09/2018

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.079Control Test 05:16

0.000Air Blank 05:16

# 1 0.172Subject Sample 05:17

1.988Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.177Subject Sample 05:20

1.996Breath Volume 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 01/31/2019 14:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2801/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:02

Daytona Beach Shores

DEIDESCH,LAURA

02/07/2021

906364

Daytona Beach Shores

MURPHEY SR,DAVID,G

CLARK

12/09/2018

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/31/2019 14:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4901/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:58

Daytona Beach Shores

CASTELLANO,VINCENT

02/07/2021

906364

Daytona Beach Shores

CASTELLANO,VINCENT,J

LAVERY

12/09/2018

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

# 1 0.000Subject Sample 01:33

2.097Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.000Subject Sample 01:36

1.746Breath Volume 01:36

0.000Air Blank 01:36

0.078Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 01/31/2019 14:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:3701/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:51

Edgewater PD

BINZ,STEPHEN

04/13/2020

765462

Edgewater PD

BINZ,STEPHEN,D

PEARCE

12/24/2018

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.078Control Test 02:19

0.000Air Blank 02:20

# 1Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.078Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 01/25/2019 10:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:3101/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

18:32

Edgewater PD

POTTER,KYLE

04/13/2020

765462

Edgewater PD

BINZ,STEPHEN,D

HACKETT

01/25/2019

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:05

0.076Control Test 20:05

0.000Air Blank 20:05

# 1Subject Sample 20:06 Subject Test Refused

0.000Breath Volume 20:06

0.000Air Blank 20:06

0.076Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 02/24/2019 08:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:5901/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:45

Palatka PD

KAMMER,ROBERT

12/05/2019

29017080A3

Palatka PD

HARMAN,MARIA,E

WIRTH

01/09/2019

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:34

# 1Subject Sample 21:38 No Sample Provided

0.000Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2Subject Sample 21:43 No Sample Provided

0.000Breath Volume 21:43

0.000Air Blank 21:44

0.081Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 02/11/2019 18:10

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:2301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:07

Palatka PD

NUNEZ,MICHAEL

12/05/2019

29017080A3

Putnam County SO

HARMAN,MARIA,E

CROWELL

01/09/2019

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

# 1 0.243Subject Sample 22:54

3.628Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.263Subject Sample 22:57

3.617Breath Volume 22:57

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 02/11/2019 18:10

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:5901/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:55

Palatka PD

NUNEZ,MICHAEL

12/05/2019

29017080A3

Putnam County SO

HARMAN,MARIA,E

BRYANT

01/09/2019

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1 0.147Subject Sample 02:43

1.464Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.132Subject Sample 02:48 Volume Not Met

0.828Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 3 0.112Subject Sample 02:54 Volume Not Met

0.664Breath Volume 02:54

0.000Air Blank 02:55

0.076Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 02/11/2019 18:10

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:3401/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:25

South Daytona PD

TREAT,CLAY

07/09/2021

980558

South Daytona PD

LANK,GABRIELLE,A

PHILLIPS

12/16/2018

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.082Control Test 21:31

0.000Air Blank 21:32

# 1Subject Sample 21:32 Subject Test Refused

0.000Breath Volume 21:32

0.000Air Blank 21:32

0.082Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 01/27/2019 01:50

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4201/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:46

Brevard County SO

GARRITY,THOMAS

09/05/2019

19817080A3

Brevard County SO

GARRITY,THOMAS,A

CROTEAU

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1 0.282Subject Sample 01:34

2.363Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.285Subject Sample 01:37

1.285Breath Volume 01:37

0.000Air Blank 01:37

0.081Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:1801/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:16

18:16

Brevard County SO

ROBIN,GASTON

09/05/2019

19817080A3

Brevard County SO

ROBIN,GASTON,A

MULLIGAN

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:44

0.081Control Test 18:44

0.000Air Blank 18:44

# 1 0.175Subject Sample 18:45

1.679Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:47

# 2 0.169Subject Sample 18:48

2.929Breath Volume 18:48

0.000Air Blank 18:49

0.081Control Test 18:49

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:5001/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:06

Brevard County SO

SHAOUNI,KALEY

09/05/2019

19817080A3

Brevard County SO

ROBIN,GASTON,A

TARIQ

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.082Control Test 01:27

0.000Air Blank 01:28

# 1 0.074Subject Sample 01:29

1.699Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.076Subject Sample 01:32

2.179Breath Volume 01:32

0.000Air Blank 01:32

0.082Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3501/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:21

Brevard County SO

GARRITY,THOMAS

09/05/2019

19817080A3

Brevard County SO

GARRITY,THOMAS,A

PARKS

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:55 Subject Test Refused

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.081Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:5201/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

23:03

Brevard County SO

PAYNE,TAYLOR

09/05/2019

19817080A3

Cocoa Beach PD

GARRITY,THOMAS,A

MERRITT

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.081Control Test 23:31

0.000Air Blank 23:31

# 1Subject Sample 23:33 RFI Detect

0.000Breath Volume 23:33

0.000Air Blank 23:33

0.080Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:3501/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

23:03

Brevard County SO

PAYNE,TAYLOR

09/05/2019

19817080A3

Cocoa Beach PD

GARRITY,THOMAS,A

MERRITT

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.078Control Test 23:40

0.000Air Blank 23:41

# 1Subject Sample 23:41 Subject Test Refused

0.000Breath Volume 23:41

0.000Air Blank 23:41

0.078Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:1401/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:12

Brevard County SO

GARRITY,THOMAS

09/05/2019

19817080A3

Brevard County SO

GARRITY,THOMAS,A

CANNON

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:02

0.000Air Blank 03:02

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4901/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:12

Brevard County SO

GARRITY,THOMAS

09/05/2019

19817080A3

Brevard County SO

GARRITY,THOMAS,A

CANNON

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

# 1 0.221Subject Sample 03:47

1.523Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.216Subject Sample 03:51

1.523Breath Volume 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:1901/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:18

Brevard County SO

GARRITY,THOMAS

09/05/2019

19817080A3

Brevard County SO

GARRITY,THOMAS,A

SWARTZ

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.081Control Test 23:03

0.000Air Blank 23:04

# 1 0.142Subject Sample 23:04

1.585Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.141Subject Sample 23:07

1.566Breath Volume 23:07

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 02/28/2019 18:34

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001254CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:4001/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:32

Monroe County SO

PALAU,ALEXANDRIA

09/05/2021

1012059

Monroe County SO

SWOGGER,EDWARD,A

RENN

01/02/2019

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:19 Subject Test Refused

0.000Breath Volume 03:19

0.000Air Blank 03:19

0.080Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 01/09/2019 14:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001254CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:5001/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:03

Monroe County SO

COELLO,ANA

01/31/2020

686331

Monroe County SO

RIOS,JOEL,

FERNANDEZ

01/02/2019

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.082Control Test 20:47

0.000Air Blank 20:48

# 1 0.142Subject Sample 20:48

2.671Breath Volume 20:48

0.000Air Blank 20:49

0.000Air Blank 20:50

# 2 0.141Subject Sample 20:51

2.902Breath Volume 20:51

0.000Air Blank 20:51

0.081Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 01/09/2019 14:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001254CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:4701/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

18:58

Monroe County SO

KILMURRAY,CHRISTOPHER

01/31/2020

686331

Monroe County SO

KILMURRAY,CHRISTOPHER,P

LEAKE

01/02/2019

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:41

0.081Control Test 20:41

0.000Air Blank 20:42

# 1 0.223Subject Sample 20:42

1.214Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.240Subject Sample 20:46

3.242Breath Volume 20:46

0.000Air Blank 20:46

0.081Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 01/09/2019 14:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:2401/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:12

Orange County SO

AZEVEDO,FABIO

07/05/2019

13917080A3

Orlando PD

OKEEFE,ALEXIS,J

GREEN

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:55

0.079Control Test 19:55

0.000Air Blank 19:56

# 1 0.324Subject Sample 19:56

1.359Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.346Subject Sample 19:59

2.722Breath Volume 19:59

0.000Air Blank 20:00

0.000Air Blank 20:02

# 3 0.350Subject Sample 20:02

2.144Breath Volume 20:02

0.000Air Blank 20:03

0.078Control Test 20:03

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 01/24/2019 16:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:07

Orange County SO

HAWKINS,DEB

07/05/2019

13917080A3

FHP Troop D

KOSH,TOBI,J

QUINONES CASTILLO

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:03

# 1 0.184Subject Sample 04:03

1.347Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:05

# 2 0.184Subject Sample 04:06

1.156Breath Volume 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:08

Data Download Date/Time: 01/24/2019 16:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:2101/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:35

Orange County SO

AVANT,WES

07/05/2019

13917080A3

Orange County SO

OKEEFE,ALEXIS,J

MERCED

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:37

# 1 0.200Subject Sample 02:39

1.937Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.179Subject Sample 02:43

3.093Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 3 0.183Subject Sample 02:47

1.808Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 01/31/2019 13:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:3201/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:44

Orange County SO

GONZALEZ-REYNOSO,KARLA

07/05/2019

13917080A3

Ocoee PD

HARDEN,WILLIAM,L

NACHTSHEIM

12/05/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.081Control Test 00:51

0.000Air Blank 00:52

# 1Subject Sample 00:54 Subject Test Refused

0.000Breath Volume 00:54

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 01/03/2019 13:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:4301/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:36

Orange County SO

DRACH,STEFAN

07/05/2019

13917080A3

FHP Troop D

HARDEN,WILLIAM,L

BARTON

12/05/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.081Control Test 04:33

0.000Air Blank 04:33

# 1 0.249Subject Sample 04:34

2.664Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.225Subject Sample 04:37

1.277Breath Volume 04:37

0.000Air Blank 04:37

0.000Air Blank 04:39

# 3 0.249Subject Sample 04:40

1.257Breath Volume 04:40

0.000Air Blank 04:40

0.080Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 01/16/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5201/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:04

Orange County SO

HAWKINS,DEBBIE

07/05/2019

13917080A3

FHP Troop D

HARDEN,WILLIAM,L

QUINONES VEGA

12/05/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.081Control Test 04:03

0.000Air Blank 04:04

# 1 0.203Subject Sample 04:04

2.277Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:06

# 2 0.208Subject Sample 04:07

1.859Breath Volume 04:07

0.000Air Blank 04:07

0.081Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 01/16/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:1001/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

00:48

Orange County SO

MARTELL,SIONE

07/05/2019

13917080A3

Maitland PD

HARDEN,WILLIAM,L

CHAJ

12/05/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:52

# 1 0.228Subject Sample 01:52

1.347Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.259Subject Sample 01:55

2.132Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 3 0.248Subject Sample 01:58

2.621Breath Volume 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 01/16/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:5801/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:38

Orange County SO

KERN,ETHAN

07/05/2019

13917080A3

Orlando PD

HARDEN,WILLIAM,L

RONES

12/05/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.081Control Test 04:48

0.000Air Blank 04:48

# 1 0.177Subject Sample 04:49

2.136Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:51

# 2 0.182Subject Sample 04:52

2.402Breath Volume 04:52

0.000Air Blank 04:53

0.080Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 01/16/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4801/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:57

Orange County SO

MOONDA,SHUAIB

07/05/2019

13917080A3

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

RUIZ

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

# 1 0.246Subject Sample 02:34

1.906Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.257Subject Sample 02:38

1.976Breath Volume 02:38

0.000Air Blank 02:38

0.080Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 01/24/2019 16:36

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0201/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:39

Orange County SO

CRUZ,AYLER

07/05/2019

13917080A3

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

PULHAM

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

# 1 0.306Subject Sample 02:25

2.738Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.299Subject Sample 02:28

2.300Breath Volume 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:30

Data Download Date/Time: 01/31/2019 13:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4201/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:20

Orange County SO

KELEMEN,JANOS

07/05/2019

13917080A3

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

BOURQUE

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.081Control Test 04:09

0.000Air Blank 04:09

# 1 0.170Subject Sample 04:10

1.496Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.163Subject Sample 04:13

1.394Breath Volume 04:13

0.000Air Blank 04:13

0.080Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/31/2019 13:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:25:3201/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

05:23

Orange County SO

WARNER,MICHAEL

07/05/2019

13917080A3

Maitland PD

ROSARIO SANTIAGO,ELDALY,J

DEFRANCESCO

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:19

0.000Air Blank 06:19

0.082Control Test 06:20

0.000Air Blank 06:20

# 1 0.075Subject Sample 06:21

2.343Breath Volume 06:21

0.000Air Blank 06:21

0.000Air Blank 06:23

# 2 0.070Subject Sample 06:24

1.425Breath Volume 06:24

0.000Air Blank 06:24

0.081Control Test 06:24

0.000Air Blank 06:25

OKDiagnostics Check 06:25

Data Download Date/Time: 01/31/2019 13:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:4701/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:18

Orange County SO

HAWKINS,DEBORAH

07/05/2019

13917080A3

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

GARCIA GARCIA

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.081Control Test 00:17

0.000Air Blank 00:18

# 1 0.116Subject Sample 00:19

1.300Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.120Subject Sample 00:23

1.656Breath Volume 00:23

0.000Air Blank 00:23

0.080Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 01/31/2019 13:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:0001/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:02

Orange County SO

KERN,ETHAN

07/05/2019

13917080A3

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

SAUNDERS

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.081Control Test 04:28

0.000Air Blank 04:28

# 1 0.171Subject Sample 04:30

1.226Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:32

# 2 0.167Subject Sample 04:34

1.378Breath Volume 04:34

0.000Air Blank 04:35

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:36

Data Download Date/Time: 01/31/2019 13:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:4501/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:43

Orange County SO

MARIANO,SEBASTIAN

07/05/2019

13917080A3

Winter Garden PD

ROSARIO SANTIAGO,ELDALY,J

SHINE

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:07

# 1 0.000Subject Sample 00:08

3.070Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.000Subject Sample 00:11

4.320Breath Volume 00:11

0.000Air Blank 00:11

0.081Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 01/31/2019 13:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:3401/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:12

Orange County SO

ODEA,PATRICIA

07/05/2019

13917080A3

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

PRINGAL

01/16/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.082Control Test 04:19

0.000Air Blank 04:19

# 1 0.233Subject Sample 04:20

1.562Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:22

# 2 0.235Subject Sample 04:23

2.753Breath Volume 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 01/31/2019 13:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2401/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:18

Brevard County SO

HOWARD,WILLIAM

03/05/2020

02618080A3

Brevard County SO

HOWARD,WILLIAM,

WITCHER

12/19/2018

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

# 1 0.046Subject Sample 03:53

2.750Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.044Subject Sample 03:55

2.179Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 01/30/2019 20:21

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:5801/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:51

Cocoa PD

KELLY,P

03/05/2020

02618080A3

Cocoa PD

FRAZIER,JAMES,H

MANNING

12/19/2018

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:42

# 1Subject Sample 20:42 Subject Test Refused

0.000Breath Volume 20:42

0.000Air Blank 20:43

0.078Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 01/30/2019 20:21

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3901/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:28

Rockledge PD

BANKS,RODERICK

09/13/2019

572920

Rockledge PD

LYNCH,ROBERT,W

D'ONOFRIO

12/28/2018

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.079Control Test 03:13

0.000Air Blank 03:13

# 1 0.156Subject Sample 03:14

1.718Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.151Subject Sample 03:17

1.167Breath Volume 03:17

0.000Air Blank 03:17

0.079Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 01/27/2019 22:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:07:1701/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:14

Rockledge PD

TAGYE,STEVEN

09/13/2019

572920

Rockledge PD

WANCA,WILLIAM,T

SCARFATO

12/28/2018

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:00

0.000Air Blank 15:01

0.080Control Test 15:01

0.000Air Blank 15:02

# 1 0.000Subject Sample 15:02

1.730Breath Volume 15:02

0.000Air Blank 15:03

0.000Air Blank 15:05

# 2 0.000Subject Sample 15:05

1.750Breath Volume 15:05

0.000Air Blank 15:06

0.080Control Test 15:06

0.000Air Blank 15:07

OKDiagnostics Check 15:07

Data Download Date/Time: 01/27/2019 22:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1401/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:15

Melbourne PD

LINEHAN,DANIEL

02/07/2021

906364

Melbourne PD

LINEHAN,DANIEL,J

WEISS

12/27/2018

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

# 1 0.000Subject Sample 01:00

1.355Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.000Subject Sample 01:03

1.265Breath Volume 01:03

0.000Air Blank 01:04

0.081Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 01/24/2019 08:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0801/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:48

Melbourne PD

DINAPOLI,CHARLES

02/07/2021

906364

Melbourne PD

LINEHAN,DANIEL,J

MCPHERSON

12/27/2018

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

# 1 0.000Subject Sample 02:45

2.738Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.000Subject Sample 02:48

2.527Breath Volume 02:48

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 01/24/2019 08:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:12

Melbourne PD

DUMMER,LUKE

02/07/2021

906364

Melbourne PD

LIVINGSTON,CHRISTOPHER,S

ELLIS

12/27/2018

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:48

# 1 0.159Subject Sample 21:48

2.074Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.158Subject Sample 21:51

1.554Breath Volume 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 01/24/2019 08:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:0701/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:51

Melbourne PD

SAMUELS,ANDREW

02/07/2021

906364

Melbourne PD

CARLSON,EDWIN,J

RAMOS

12/27/2018

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.081Control Test 23:35

0.000Air Blank 23:36

# 1 0.120Subject Sample 23:36

3.441Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.123Subject Sample 23:39

3.378Breath Volume 23:39

0.000Air Blank 23:40

0.081Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 01/24/2019 08:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:13:0701/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:45

13:20

Melbourne PD

CROSBY,AUSTIN

02/07/2021

906364

Melbourne PD

LUBRANO,OLIVIA,C

ROZEK JR

12/27/2018

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:06

0.000Air Blank 14:06

0.081Control Test 14:07

0.000Air Blank 14:07

# 1 0.000Subject Sample 14:08

1.714Breath Volume 14:08

0.000Air Blank 14:09

0.000Air Blank 14:11

# 2 0.000Subject Sample 14:11

1.664Breath Volume 14:11

0.000Air Blank 14:12

0.080Control Test 14:12

0.000Air Blank 14:13

OKDiagnostics Check 14:13

Data Download Date/Time: 01/24/2019 08:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:3001/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:56

Melbourne PD

TUBAJ,N

02/07/2021

906364

Melbourne PD

DAVIS,ANTHONY,M

RAMSEY

12/27/2018

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.081Control Test 22:24

0.000Air Blank 22:25

# 1 0.061Subject Sample 22:25

1.460Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.058Subject Sample 22:28

1.843Breath Volume 22:28

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 01/24/2019 08:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2601/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:48

Satellite Beach PD

KEY,JOSHUA

03/05/2019

03417080A1

Melbourne PD

ANDERSON,ERIC,G

KEREKES

01/17/2019

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

# 1 0.213Subject Sample 00:34

2.804Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.215Subject Sample 00:37

2.980Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/24/2019 04:56

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:3301/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:46

Satellite Beach PD

TRIEBELL,DON

03/05/2019

03417080A1

Satellite Beach PD

TRIEBELL,DON,R

TYSENN

01/17/2019

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1 0.278Subject Sample 01:32

1.414Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.273Subject Sample 01:35

1.367Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 02/24/2019 04:56

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4501/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:36

Indian Harbour Beach

PINSKER,JOSEPH

03/05/2019

03417080A1

Indian Harbour Beach

NEWMAN,WILLIAM,E

HOPKINS

01/17/2019

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.077Control Test 02:22

0.000Air Blank 02:23

# 1 0.225Subject Sample 02:23

3.238Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:25

# 2 0.222Subject Sample 02:26

2.531Breath Volume 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 02/24/2019 04:56

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:15:5301/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:43

13:10

Brevard County SO

WAGNER,ROBERT

09/05/2019

19817080A3

Brevard County SO

WAGNER,ROBERT,F

ARMSTRONG

12/27/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:06

0.000Air Blank 14:07

0.079Control Test 14:07

0.000Air Blank 14:07

# 1 0.000Subject Sample 14:10

1.890Breath Volume 14:10

0.000Air Blank 14:10

0.000Air Blank 14:12

# 2 0.000Subject Sample 14:14

1.722Breath Volume 14:14

0.000Air Blank 14:14

0.080Control Test 14:15

0.000Air Blank 14:15

OKDiagnostics Check 14:15

Data Download Date/Time: 01/09/2019 17:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:1401/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

19:11

Brevard County SO

QUIMBAYO,MONICA

09/05/2019

19817080A3

Brevard County SO

ROBIN,GASTON,A

KAPLAN

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:29

# 1 0.150Subject Sample 20:29

2.152Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.152Subject Sample 20:32

2.585Breath Volume 20:32

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 02/28/2019 18:30

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:3401/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:48

Brevard County SO

PATTERSON,T

09/05/2019

19817080A3

Brevard County SO

JONES,NICHOLAS,W

SMITH

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.081Control Test 00:47

0.000Air Blank 00:47

# 1 0.175Subject Sample 00:49

1.375Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:51

# 2Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 02/28/2019 18:30

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:1501/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:57

Palm Bay PD

LUTZ,EDWIN

09/05/2019

19817080A3

Palm Bay PD

LUTZ,EDWIN,J

ARTEAGA

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.081Control Test 05:02

0.000Air Blank 05:03

# 1 0.000Subject Sample 05:06 Volume Not Met

0.214Breath Volume 05:06

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.000Subject Sample 05:11 Volume Not Met

0.085Breath Volume 05:11

0.000Air Blank 05:12

0.081Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 02/28/2019 18:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:4501/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

03:00

Brevard County SO

SHAOUNI,KALEY

09/05/2019

19817080A3

Brevard County SO

GARRITY,THOMAS,A

PAZ

01/09/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.190Subject Sample 03:51

1.625Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.175Subject Sample 03:54

1.980Breath Volume 03:54

0.000Air Blank 03:54

0.081Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 02/28/2019 18:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:2501/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

03:20

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

BREAUX

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

# 1 0.182Subject Sample 03:30

1.757Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.170Subject Sample 03:32

2.906Breath Volume 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:5201/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

21:22

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

REECE

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.081Control Test 21:28

0.000Air Blank 21:29

# 1 0.000Subject Sample 21:29

2.058Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.007Subject Sample 21:32

1.972Breath Volume 21:32

0.000Air Blank 21:32

0.080Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:4601/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:34

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

SEGRE

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.082Control Test 23:44

0.000Air Blank 23:45

# 1 0.094Subject Sample 23:45

2.023Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:47

# 2 0.091Subject Sample 23:48

2.367Breath Volume 23:48

0.000Air Blank 23:48

0.082Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:1301/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

21:28

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

CAMPBELL

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.083Control Test 21:44

0.000Air Blank 21:44

# 1 0.064Subject Sample 21:45

1.683Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.061Subject Sample 21:48

1.667Breath Volume 21:48

0.000Air Blank 21:49

0.082Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3901/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

02:10

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

DUNOSKI

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:11

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.081Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2001/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

02:06

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

LARAMORE

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.084Control Test 02:13

0.000Air Blank 02:14

# 1 0.154Subject Sample 02:14

3.183Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.152Subject Sample 02:17

2.710Breath Volume 02:17

0.000Air Blank 02:18

0.082Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:3301/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

23:20

23:40

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

BUCK

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.081Control Test 23:44

0.000Air Blank 23:44

# 1 0.045Subject Sample 23:45

2.437Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.045Subject Sample 23:48

2.164Breath Volume 23:48

0.000Air Blank 23:48

0.083Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5201/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:19

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

CHAVEZ

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.085Control Test 01:30 Interferent Detect

0.000Air Blank 01:30

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:5401/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:19

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

CHAVEZ

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.083Control Test 01:33

0.000Air Blank 01:34

# 1 0.095Subject Sample 01:34

4.132Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.090Subject Sample 01:37

3.453Breath Volume 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:3901/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:55

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

KIRLEW

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.082Control Test 21:02

0.000Air Blank 21:02

# 1 0.162Subject Sample 21:04

1.808Breath Volume 21:04

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.166Subject Sample 21:07

1.613Breath Volume 21:07

0.000Air Blank 21:07

0.082Control Test 21:08

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:1201/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:23

Palm Bay PD

CARRION,W

10/05/2020

24818080A2

Brevard County SO

LUTZ,EDWIN,J

HILL

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

# 1 0.187Subject Sample 22:54

1.410Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.183Subject Sample 22:57

1.628Breath Volume 22:57

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:3201/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

19:16

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

HARTON

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:23

0.000Air Blank 19:23

0.083Control Test 19:23

Air Blank 19:24 RFI Detect

0.000Air Blank 19:24

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:4701/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

19:16

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

HARTHON

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.082Control Test 19:30

0.000Air Blank 19:30

# 1 0.238Subject Sample 19:31

2.324Breath Volume 19:31

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.239Subject Sample 19:34

2.050Breath Volume 19:34

0.000Air Blank 19:34

0.082Control Test 19:35

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:0601/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:44

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

MILLERET

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1Subject Sample 03:13 No Sample Provided

0.000Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2Subject Sample 03:18 No Sample Provided

0.000Breath Volume 03:18

0.000Air Blank 03:19

0.083Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:0401/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

21:33

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

MCCORMICK

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.084Control Test 21:38

0.000Air Blank 21:39

# 1 0.137Subject Sample 21:39

2.406Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.132Subject Sample 21:42

1.980Breath Volume 21:42

0.000Air Blank 21:43

0.082Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:44

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:3501/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:50

Palm Bay PD

HAMILTON,J

10/05/2020

24818080A2

Palm Bay PD

HAMILTON,J,W

MOORE

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

# 1 0.184Subject Sample 01:14 Volume Not Met

0.660Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.228Subject Sample 01:17

2.597Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 3 0.237Subject Sample 01:21

1.941Breath Volume 01:21

0.000Air Blank 01:21

0.082Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001265CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5501/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:58

Palm Bay PD

LUTZ,EDWIN

10/05/2020

24818080A2

Palm Bay PD

LUTZ,EDWIN,J

ZERICK

12/29/2018

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.084Control Test 02:09 Interferent Detect

0.000Air Blank 02:09

Data Download Date/Time: 01/27/2019 22:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:1901/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:35

Seminole County SO

TORRES,JOSUE

03/07/2021

915310

Altamonte Springs PD

BERRIOS,STEPHANIE,A

ARZU

01/27/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

# 1 0.140Subject Sample 04:10

3.937Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.136Subject Sample 04:13

4.093Breath Volume 04:13

0.000Air Blank 04:14

0.081Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 01/28/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:02:3101/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:31

15:34

Lake Mary PD

SMITH,B

03/07/2021

915310

Oviedo PD

CRAWFORD,L,P

COOLEY

01/27/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:59

0.000Air Blank 17:00

0.080Control Test 17:00

0.000Air Blank 17:00

# 1Subject Sample 17:01 Subject Test Refused

0.000Breath Volume 17:01

0.000Air Blank 17:01

0.081Control Test 17:01

0.000Air Blank 17:02

OKDiagnostics Check 17:02

Data Download Date/Time: 01/28/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:4301/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:54

Seminole County SO

TORRES,JOUSUE

03/07/2021

915310

Altamonte Springs PD

BETHAM,KEITH,D

FREEMAN

01/27/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:35

# 1 0.143Subject Sample 04:35

4.363Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.139Subject Sample 04:39

3.792Breath Volume 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 01/28/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:0901/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:17

Seminole County SO

RINCON,RENZO

03/07/2021

915310

Casselberry PD

GARCIA,RAY,

REAVES

01/27/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.082Control Test 23:17

0.000Air Blank 23:18

# 1 0.174Subject Sample 23:18

2.039Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.176Subject Sample 23:21

2.656Breath Volume 23:21

0.000Air Blank 23:22

0.081Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 02/17/2019 20:55

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:2801/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:37

Seminole County SO

BAKER,BIELLA

03/07/2021

915310

Oviedo PD

GARCIA,RAY,

ROGOWSKI

01/27/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

# 1 0.194Subject Sample 01:46

3.972Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.188Subject Sample 01:49

2.671Breath Volume 01:49

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 02/17/2019 20:55

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:4501/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

19:00

Seminole County SO

LANE,DAPHNE

03/07/2021

915310

Longwood PD

GARCIA,RAY,

THOMAS

01/27/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:29

# 1 0.202Subject Sample 03:30

2.480Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.203Subject Sample 03:33

2.988Breath Volume 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 02/17/2019 20:55

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:2801/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:41

Seminole County SO

TRIBBEY,MELISSA

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

DAY

01/27/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.081Control Test 22:33

0.000Air Blank 22:33

# 1 0.286Subject Sample 22:34

2.234Breath Volume 22:34

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.292Subject Sample 22:36

1.195Breath Volume 22:36

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 02/17/2019 20:55

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:5701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:52

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

BORIBOUN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.083Control Test 01:28

0.000Air Blank 01:28

# 1 0.153Subject Sample 01:29

2.347Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.156Subject Sample 01:32

1.656Breath Volume 01:32

0.000Air Blank 01:33

0.082Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:25

Pinellas County SO

WEDE,BRENNEN

12/04/2019

AG733803

Pinellas County SO

WEDE,BRENNEN,E

RUDY

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

# 1 0.127Subject Sample 02:10

1.292Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.136Subject Sample 02:14

1.679Breath Volume 02:14

0.000Air Blank 02:14

0.081Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:3501/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:45

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

HERBERT

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.082Control Test 02:18

0.000Air Blank 02:18

# 1 0.202Subject Sample 02:19

2.929Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:21

# 2 0.198Subject Sample 02:22

2.914Breath Volume 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3601/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:29

Pinellas County SO

AMATRUDA,CHRISTOPHER

12/04/2019

AG733803

Pinellas County SO

KASELAK,STEPHEN,G

GRANT

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.082Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:17

0.082Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:01:1701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:36

16:13

Pinellas County SO

HOOD,COREY

12/04/2019

AG733803

Pinellas County SO

HOOD,COREY,M

DEMATTEO

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:58

0.000Air Blank 16:58

0.082Control Test 16:59

0.000Air Blank 16:59

# 1Subject Sample 16:59 Subject Test Refused

0.000Breath Volume 16:59

0.000Air Blank 17:00

0.083Control Test 17:00

0.000Air Blank 17:01

OKDiagnostics Check 17:01

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1201/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:41

Pinellas County SO

RANISZEWSKI,ANDREW

12/04/2019

AG733803

Pinellas County SO

LANEY,DAMON,A

UNG

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.082Control Test 02:24

0.000Air Blank 02:24

# 1 0.159Subject Sample 02:25

1.722Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:27

# 2 0.154Subject Sample 02:28

1.832Breath Volume 02:28

0.000Air Blank 02:29

0.082Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:1801/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:07

FHP Troop C

MANGANARO,JESSICA

12/04/2019

AG733803

FHP Troop C

MANGANARO,JESSICA,H

NGUYEN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.082Control Test 05:05

0.000Air Blank 05:06

# 1 0.187Subject Sample 05:07

2.792Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:09

# 2 0.167Subject Sample 05:10

1.425Breath Volume 05:10

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:4201/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:32

Pinellas County SO

WEDE,BRENNEN

12/04/2019

AG733803

Pinellas County SO

WEDE,BRENNEN,E

GRIFFIN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.082Control Test 22:45

0.000Air Blank 22:46

# 1Subject Sample 22:46 Subject Test Refused

0.000Breath Volume 22:46

0.000Air Blank 22:46

0.082Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:1901/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:09

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

JONES

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:31

# 1 0.000Subject Sample 02:32

1.925Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.000Subject Sample 02:34

2.503Breath Volume 02:34

0.000Air Blank 02:35

0.082Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:1601/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:01

14:30

FHP Troop C

DORGAN,STEPHEN

12/04/2019

AG733803

FHP Troop C

DORGAN,STEPHEN,G

WECK

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:22

0.082Control Test 16:22

0.000Air Blank 16:22

# 1 0.125Subject Sample 16:23

1.984Breath Volume 16:23

0.000Air Blank 16:24

0.000Air Blank 16:25

# 2 0.128Subject Sample 16:26

2.816Breath Volume 16:26

0.000Air Blank 16:27

0.082Control Test 16:27

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5501/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:15

Pinellas County SO

WEDE,BRENNEN

12/04/2019

AG733803

Pinellas County SO

WEDE,BRENNEN,E

MOFFETT

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.082Control Test 00:51

0.000Air Blank 00:52

# 1 0.129Subject Sample 00:53

1.269Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.134Subject Sample 00:57

1.343Breath Volume 00:57

0.000Air Blank 00:57

0.081Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:1801/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:06

FHP Troop C

SMITH,WILLIAM

12/04/2019

AG733803

FHP Troop C

SMITH,WILLIAM,T

ADKINS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:43

# 1Subject Sample 02:46 No Sample Provided

0.000Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2Subject Sample 02:51 No Sample Provided

0.000Breath Volume 02:51

0.000Air Blank 02:52

0.082Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:4601/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

05:14

Pinellas County SO

WEDE,BRENNEN

12/04/2019

AG733803

Pinellas County SO

WEDE,BRENNEN,E

STILLWAGON

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:52

0.082Control Test 05:52

0.000Air Blank 05:53

# 1Subject Sample 05:53 Subject Test Refused

0.000Breath Volume 05:53

0.000Air Blank 05:53

0.082Control Test 05:54

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:2001/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:00

Pinellas County SO

RANISZEWSKI,A

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

TIIKKALA

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.082Control Test 20:01

0.000Air Blank 20:02

# 1Subject Sample 20:05 No Sample Provided

0.000Breath Volume 20:05

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.253Subject Sample 20:10

1.273Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:12

# 3 0.237Subject Sample 20:13

1.871Breath Volume 20:13

0.000Air Blank 20:14

0.079Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:3101/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:57

FHP Troop C

MANGANARO,JESSICA

12/04/2019

AG733803

FHP Troop C

MANGANARO,JESSICA,H

AGUAS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.081Control Test 20:37

0.000Air Blank 20:37

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:0901/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:53

Pinellas County SO

MITCHELL,R

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

DURAN-DONO

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.082Control Test 00:50

0.000Air Blank 00:51

# 1 0.129Subject Sample 00:52

2.867Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:54

# 2 0.133Subject Sample 00:55

2.675Breath Volume 00:55

0.000Air Blank 00:56

0.082Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:5501/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:59

FHP Troop C

SMITH,WILLIAM

12/04/2019

AG733803

FHP Troop C

SMITH,WILLIAM,T

RILEY

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.082Control Test 04:45

0.000Air Blank 04:45

# 1 0.134Subject Sample 04:48 Volume Not Met

0.105Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2Subject Sample 04:52 Subject Test Refused

0.000Breath Volume 04:52

0.000Air Blank 04:52

0.080Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:16:5601/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:33

07:41

FHP Troop C

ADA,RAYMOND

12/04/2019

AG733803

FHP Troop C

ADA,RAYMOND,O

TORRES

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:07

0.000Air Blank 10:08

0.083Control Test 10:08

0.000Air Blank 10:09

# 1 0.111Subject Sample 10:11

1.644Breath Volume 10:11

0.000Air Blank 10:11

0.000Air Blank 10:13

# 2 0.108Subject Sample 10:15

1.839Breath Volume 10:15

0.000Air Blank 10:16

0.080Control Test 10:16

0.000Air Blank 10:16

OKDiagnostics Check 10:16

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3701/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:08

Pinellas County SO

DEERMAN,M

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

LAZZARA

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.082Control Test 01:06

0.000Air Blank 01:06

# 1 0.169Subject Sample 01:07

1.949Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.164Subject Sample 01:10

1.988Breath Volume 01:10

0.000Air Blank 01:11

0.082Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2901/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:02

FHP Troop C

SMITH,WILLIAM

12/04/2019

AG733803

FHP Troop C

SMITHW,WILLIAM,T

MERCADO

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.083Control Test 01:49

0.000Air Blank 01:50

# 1 0.110Subject Sample 01:50

3.667Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.105Subject Sample 01:53

2.289Breath Volume 01:53

0.000Air Blank 01:54

0.082Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:5301/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:04

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

VENERIO

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.082Control Test 04:14

0.000Air Blank 04:14

# 1 0.175Subject Sample 04:15

3.671Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.164Subject Sample 04:18

1.738Breath Volume 04:18

0.000Air Blank 04:18

0.082Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:01:3801/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:35

08:32

Pinellas County SO

CLAGUE,ERIC

12/04/2019

AG733803

Gulfport PD

HOOD,COREY,M

SCOTTI

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:55

0.000Air Blank 10:55

0.082Control Test 10:56

0.000Air Blank 10:56

# 1 0.097Subject Sample 10:57

2.250Breath Volume 10:57

0.000Air Blank 10:57

0.000Air Blank 10:59

# 2 0.097Subject Sample 11:00

1.609Breath Volume 11:00

0.000Air Blank 11:00

0.081Control Test 11:01

0.000Air Blank 11:01

OKDiagnostics Check 11:01

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5101/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:29

Pinellas County SO

BEHRENSHOUSER,RICHARD

12/04/2019

AG733803

FHP Troop C

LANEY,DAMON,A

NEGRON CRUZ

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.083Control Test 02:30

0.000Air Blank 02:30

# 1 0.087Subject Sample 02:31

1.714Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.086Subject Sample 02:34

1.113Breath Volume 02:34

0.000Air Blank 02:34

0.082Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5601/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:31

FHP Troop C

SMITH,WILLIAM

12/04/2019

AG733803

FHP Troop C

SMITH,WILLIAM,T

ALVAREZ

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.082Control Test 04:10

0.000Air Blank 04:11

# 1 0.069Subject Sample 04:12

3.027Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:14

# 2 0.071Subject Sample 04:15

3.144Breath Volume 04:15

0.000Air Blank 04:16

0.082Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:1301/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:26

Pinellas County SO

WELSHANS,DEAN

12/04/2019

AG733803

Pinellas County SO

WELSHANS,DEAN,A

DUGGER

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.083Control Test 05:16

0.000Air Blank 05:17

# 1 0.149Subject Sample 05:20 Volume Not Met

0.671Breath Volume 05:20

0.000Air Blank 05:21

0.000Air Blank 05:22

# 2 0.191Subject Sample 05:23

1.386Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 3 0.148Subject Sample 05:29 Volume Not Met

0.785Breath Volume 05:29

0.000Air Blank 05:30

0.080Control Test 05:30

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:12:5601/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

06:09

Pinellas County SO

BERROTH,JOSHUA

12/04/2019

AG733803

Pinellas County SO

REEVES,MARK,O

LEVY

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:06

0.000Air Blank 07:06

0.081Control Test 07:06

0.000Air Blank 07:07

# 1 0.000Subject Sample 07:08

2.324Breath Volume 07:08

0.000Air Blank 07:08

0.000Air Blank 07:10

# 2 0.000Subject Sample 07:11

2.074Breath Volume 07:11

0.000Air Blank 07:11

0.082Control Test 07:12

0.000Air Blank 07:12

OKDiagnostics Check 07:12

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:3701/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

21:06

Pinellas County SO

WEDE,BRENNEN

12/04/2019

AG733803

Pinellas County SO

WEDE,BRENNEN,E

MASI

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:27

0.082Control Test 21:27

0.000Air Blank 21:28

# 1Subject Sample 21:28 Subject Test Refused

0.000Breath Volume 21:28

0.000Air Blank 21:28

0.083Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:3601/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:52

FHP Troop C

BEHRENSHOUSER,RICHARD

12/04/2019

AG733803

FHP Troop C

SMITH,WILLIAM,T

KRPIC

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.082Control Test 02:05

0.000Air Blank 02:06

# 1 0.209Subject Sample 02:07

2.089Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.211Subject Sample 02:10

2.585Breath Volume 02:10

0.000Air Blank 02:11

0.082Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1901/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:22

FHP Troop C

SMITH,WILLIAM

12/04/2019

AG733803

FHP Troop C

SURITA,CHRISTIAN,

DE PAZ

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.082Control Test 04:17

0.000Air Blank 04:18

# 1Subject Sample 04:21 No Sample Provided

0.000Breath Volume 04:21

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2Subject Sample 04:26 No Sample Provided

0.000Breath Volume 04:26

0.000Air Blank 04:27

0.083Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 01/30/2019 20:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:5201/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:42

Pinellas County SO

AMATRUDA,CHRIS

12/04/2019

AG733803

Pinellas County SO

AMATRUDA,CHRIS,G

CARBIN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.084Control Test 23:26

0.000Air Blank 23:27

# 1 0.046Subject Sample 23:28

1.523Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.047Subject Sample 23:31

1.621Breath Volume 23:31

0.000Air Blank 23:31

0.083Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:3301/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:59

Pinellas County SO

WEDE,BRENNEN

12/04/2019

AG733803

Pinellas County SO

WEDE,BRENNEN,E

LYNN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.083Control Test 04:52

0.000Air Blank 04:52

# 1 0.151Subject Sample 04:53

2.261Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.146Subject Sample 04:55

1.550Breath Volume 04:55

0.000Air Blank 04:56

0.083Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:4401/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:45

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

SEARS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.083Control Test 01:37

0.000Air Blank 01:37

# 1 0.000Subject Sample 01:38

1.253Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.000Subject Sample 01:41

1.691Breath Volume 01:41

0.000Air Blank 01:41

0.083Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4701/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:27

Pinellas County SO

HECK,W

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

COOPER

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.083Control Test 03:24

0.000Air Blank 03:25

# 1Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.083Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:09:3401/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:41

06:22

Pinellas County SO

WEDE,BRENNEN

12/04/2019

AG733803

Pinellas County SO

WEDE,BRENNEN,E

WIGGINS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:03

0.000Air Blank 07:03

0.082Control Test 07:04

0.000Air Blank 07:04

# 1 0.176Subject Sample 07:05

1.855Breath Volume 07:05

0.000Air Blank 07:05

0.000Air Blank 07:07

# 2 0.173Subject Sample 07:07

1.562Breath Volume 07:07

0.000Air Blank 07:08

0.081Control Test 07:08

0.000Air Blank 07:09

OKDiagnostics Check 07:09

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:4101/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:39

Pinellas County SO

BLAKE,L

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

SCHROEDER

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:34

0.083Control Test 21:34

0.000Air Blank 21:35

# 1Subject Sample 21:35 Subject Test Refused

0.000Breath Volume 21:35

0.000Air Blank 21:35

0.083Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3901/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:16

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

HANNON

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.083Control Test 00:01

0.000Air Blank 00:01

# 1 0.240Subject Sample 00:02

2.667Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.214Subject Sample 00:05

1.722Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 3 0.236Subject Sample 00:08

2.105Breath Volume 00:08

0.000Air Blank 00:09

0.082Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1201/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:22

Pinellas County SO

BLAKE,L

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

MAY

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.082Control Test 01:14

0.000Air Blank 01:15

# 1 0.231Subject Sample 01:15

1.214Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.246Subject Sample 01:19

1.496Breath Volume 01:19

0.000Air Blank 01:20

0.082Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3301/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:01

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

LAMB

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.083Control Test 02:39

0.000Air Blank 02:39

# 1 0.088Subject Sample 02:40

4.718Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.081Subject Sample 02:42

3.355Breath Volume 02:42

0.000Air Blank 02:43

0.082Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:2001/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:45

Pinellas County SO

SKALKO,R

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

GUNTEK

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.082Control Test 03:32

0.000Air Blank 03:32

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.082Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0401/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:29

FHP Troop C

SMITH,WILLIAM

12/04/2019

AG733803

FHP Troop C

SMITH,WILLIAM,T

LOVEJOY

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.083Control Test 01:36

0.000Air Blank 01:37

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.083Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:39

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:5301/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

18:33

Pinellas County SO

FOSTER,ALEXANDER

12/04/2019

AG733803

Pinellas County SO

ASHCOM,TIFFANY,J

BUBELLO

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:47

0.000Air Blank 19:48

0.083Control Test 19:48

0.000Air Blank 19:49

# 1 0.000Subject Sample 19:49

3.050Breath Volume 19:49

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.000Subject Sample 19:52

2.531Breath Volume 19:52

0.000Air Blank 19:52

0.083Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:4501/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

03:29

Pinellas County SO

AMATRUDA,CHRIS

12/04/2019

AG733803

Pinellas County SO

AMATRUDA,CHRIS,G

REITER

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.082Control Test 03:41

0.000Air Blank 03:42

# 1Subject Sample 03:44 Subject Test Refused

0.000Breath Volume 03:44

0.000Air Blank 03:44

0.082Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:1101/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

04:51

Pinellas County SO

WEDE,BRENNEN

12/04/2019

AG733803

Pinellas County SO

WEDE,BRENNEN,E

PACK

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:43

0.082Control Test 05:43

0.000Air Blank 05:44

# 1 0.000Subject Sample 05:44

1.773Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:47

# 2 0.000Subject Sample 05:47

1.328Breath Volume 05:47

0.000Air Blank 05:48

0.082Control Test 05:48

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5101/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:47

Pinellas County SO

RICOTTILLI,JOSHUA

12/04/2019

AG733803

Pinellas County SO

RICOTTILLI,JOSHUA,A

REICHERT

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.082Control Test 01:40

0.000Air Blank 01:41

# 1 0.147Subject Sample 01:42

1.500Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.138Subject Sample 01:46

1.523Breath Volume 01:46

0.000Air Blank 01:46

0.082Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1601/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:00

Pinellas County SO

BLAKE,L

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

RODGERS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.082Control Test 03:08

0.000Air Blank 03:09

# 1 0.144Subject Sample 03:12

1.148Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.144Subject Sample 03:15

1.714Breath Volume 03:15

0.000Air Blank 03:16

0.082Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:0601/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:19

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

KING

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.083Control Test 03:55

0.000Air Blank 03:56

# 1Subject Sample 03:56 Subject Test Refused

0.000Breath Volume 03:56

0.000Air Blank 03:57

0.082Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:2501/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:46

Pinellas County SO

FIELDEN,C

12/04/2019

AG733803

Pinellas County SO

DEANE,M,

SABATINO

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.083Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.082Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0201/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:10

Pinellas County SO

MOWATT,NATHAN

12/04/2019

AG733803

Pinellas County SO

MOWATT,NATHAN,E

ADKINS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.083Control Test 04:51

0.000Air Blank 04:51

# 1 0.135Subject Sample 04:52

2.675Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.132Subject Sample 04:55

3.234Breath Volume 04:55

0.000Air Blank 04:56

0.083Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:57

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:0001/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:15

FHP Troop C

SMITH,WILLIAM

06/05/2020

AG815602

FHP Troop C

SMITH,WILLIAM,T

RACICOT

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.082Control Test 00:18

0.000Air Blank 00:18

# 1Subject Sample 00:22 No Sample Provided

0.000Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2Subject Sample 00:27 No Sample Provided

0.000Breath Volume 00:27

0.000Air Blank 00:28

0.083Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:29

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:4601/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:59

Pinellas County SO

FEIDT,TONY

06/05/2020

AG815602

Pinellas County SO

GRIFFIN,KYLE,A

FARLEY

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.082Control Test 05:51

0.000Air Blank 05:52

# 1 0.100Subject Sample 05:52

2.589Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.097Subject Sample 05:56

2.988Breath Volume 05:56

0.000Air Blank 05:56

0.081Control Test 05:57

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1101/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:19

FHP Troop C

SMITH,WILLIAM

06/05/2020

AG815602

FHP Troop C

SMITH,WILLIAM,T

COLEMAN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.083Control Test 02:49

0.000Air Blank 02:49

# 1 0.123Subject Sample 02:50

2.378Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.120Subject Sample 02:53

2.812Breath Volume 02:53

0.000Air Blank 02:54

0.082Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:0301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:31

Pinellas County SO

LANEY,DAMON

06/05/2020

AG815602

Pinellas County SO

LANEY,DAMON,A

RAMIREZ GARCIA

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.082Control Test 05:05

0.000Air Blank 05:06

# 1 0.147Subject Sample 05:07

2.093Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.142Subject Sample 05:10

1.570Breath Volume 05:10

0.000Air Blank 05:11

0.082Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:12

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:4701/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:41

FHP Troop C

SMITH,WILLIAM

06/05/2020

AG815602

FHP Troop C

SMITH,WILLIAM,T

MANN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:34

0.000Air Blank 05:34

0.082Control Test 05:35

0.000Air Blank 05:35

# 1Subject Sample 05:38 No Sample Provided

0.000Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:41

# 2Subject Sample 05:44 No Sample Provided

0.000Breath Volume 05:44

0.000Air Blank 05:44

0.083Control Test 05:45

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:14:5301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:48

08:17

Pinellas County SO

MARSHALL,RAYMOND

06/05/2020

AG815602

Gulfport PD

HOOD,COREY,M

FAGAN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:11

0.000Air Blank 09:11

0.082Control Test 09:11

0.000Air Blank 09:12

# 1Subject Sample 09:13 Subject Test Refused

0.000Breath Volume 09:13

0.000Air Blank 09:13

0.083Control Test 09:14

0.000Air Blank 09:14

OKDiagnostics Check 09:14

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:0701/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:45

Pinellas County SO

LILLEY,K

06/05/2020

AG815602

Pinellas County SO

LANEY,DAMON,A

SCOTT

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:32

0.083Control Test 21:32

0.000Air Blank 21:33

# 1 0.000Subject Sample 21:33

2.222Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.000Subject Sample 21:36

1.828Breath Volume 21:36

0.000Air Blank 21:37

0.083Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:4901/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

18:42

Pinellas County SO

HELLER,D

06/05/2020

AG815602

Pinellas County SO

PERSAUD,COMPTON,D

SACCOMANDI

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.083Control Test 19:52

0.000Air Blank 19:52

# 1 0.187Subject Sample 19:53

2.125Breath Volume 19:53

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.186Subject Sample 19:56

2.039Breath Volume 19:56

0.000Air Blank 19:56

0.083Control Test 19:57

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:0501/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

04:35

Pinellas County SO

DOBSON,JON

06/05/2020

AG815602

Pinellas County SO

DOBSON,JON,B

TAYLOR

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.082Control Test 05:28

0.000Air Blank 05:29

# 1 0.213Subject Sample 05:29

2.253Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:31

# 2 0.212Subject Sample 05:32

3.597Breath Volume 05:32

0.000Air Blank 05:33

0.081Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:34

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:3601/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:45

Pinellas County SO

JACOBSEN,S

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

GILLOTTE

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.082Control Test 01:32

0.000Air Blank 01:33

# 1 0.135Subject Sample 01:34

2.003Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.131Subject Sample 01:36

1.617Breath Volume 01:36

0.000Air Blank 01:37

0.082Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2301/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:50

Pinellas County SO

MITCHELL,R

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

MORRISON

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.082Control Test 02:39

0.000Air Blank 02:40

# 1 0.198Subject Sample 02:41

1.390Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.179Subject Sample 02:44

2.003Breath Volume 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:0801/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:30

Pinellas County SO

LEIB,M

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

MOORE

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.083Control Test 04:06

0.000Air Blank 04:06

# 1 0.108Subject Sample 04:07

2.511Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:09

# 2 0.103Subject Sample 04:10

2.070Breath Volume 04:10

0.000Air Blank 04:11

0.082Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:55:5501/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

14:45

FHP Troop C

MANGANARO,JESSICA

06/05/2020

AG815602

FHP Troop C

MANGANARO,JESSICA,H

MARTIN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:49

0.000Air Blank 15:50

0.083Control Test 15:50

0.000Air Blank 15:51

# 1 0.000Subject Sample 15:51

1.300Breath Volume 15:51

0.000Air Blank 15:52

0.000Air Blank 15:54

# 2 0.000Subject Sample 15:54

1.218Breath Volume 15:54

0.000Air Blank 15:54

0.082Control Test 15:55

0.000Air Blank 15:55

OKDiagnostics Check 15:55

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:3101/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:52

19:00

Pinellas County SO

BEHRENHOUSER,R

06/05/2020

AG815602

FHP Troop C

DEANE,M,

SILVER

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:12

0.000Air Blank 20:13

0.083Control Test 20:13

0.000Air Blank 20:14

# 1 0.247Subject Sample 20:15

1.710Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:17

# 2 0.250Subject Sample 20:18

2.074Breath Volume 20:18

0.000Air Blank 20:19

0.082Control Test 20:19

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:1301/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:37

Pinellas County SO

WEDE,BRENNEN

06/05/2020

AG815602

Pinellas County SO

WEDE,BRENNEN,E

CARRANZA

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.082Control Test 23:20

0.000Air Blank 23:21

# 1 0.144Subject Sample 23:22

1.332Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:24

# 2 0.150Subject Sample 23:25

1.515Breath Volume 23:25

0.000Air Blank 23:26

0.083Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0901/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:04

FHP Troop C

SMITH,WILLIAM

06/05/2020

AG815602

FHP Troop C

SMITH,WILLIAM,T

SCHULDINGER

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.083Control Test 00:53

0.000Air Blank 00:54

# 1 0.252Subject Sample 00:54

4.820Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.250Subject Sample 00:57

3.890Breath Volume 00:57

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:5101/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:45

Pinellas County SO

PUPKE,L

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

KNIBBS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.082Control Test 21:27

0.000Air Blank 21:28

# 1 0.000Subject Sample 21:29

2.695Breath Volume 21:29

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.000Subject Sample 21:32

2.062Breath Volume 21:32

0.000Air Blank 21:32

0.082Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:2701/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:30

Pinellas County SO

RICOTTILLI,JOSHUA

06/05/2020

AG815602

Pinellas County SO

RICOTTILLI,JOSHUA,A

DIVELL

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.082Control Test 01:12

0.000Air Blank 01:13

# 1Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:14

0.082Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:2401/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:47

Pinellas County SO

AMATRUDA,CHRIS

06/05/2020

AG815602

Pinellas County SO

AMATRUDA,CHRIS,G

HUGGINS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.083Control Test 03:33

0.000Air Blank 03:34

# 1Subject Sample 03:37 No Sample Provided

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2Subject Sample 03:43 No Sample Provided

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.082Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:2901/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

20:39

FHP Troop C

BEHRENSHOUSER,RICHARD

06/05/2020

AG815602

FHP Troop C

REFUSE,RONY,

WEATHERWAX

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.083Control Test 22:16

0.000Air Blank 22:16

# 1 0.000Subject Sample 22:18

2.425Breath Volume 22:18

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.000Subject Sample 22:21

1.925Breath Volume 22:21

0.000Air Blank 22:21

0.084Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2201/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:39

Pinellas County SO

RICOTTILLI,JOSHUA

06/05/2020

AG815602

Pinellas County SO

RICOTTILLI,JOSHUA,A

CROUCH

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.083Control Test 02:38

0.000Air Blank 02:39

# 1Subject Sample 02:39 Subject Test Refused

0.000Breath Volume 02:39

0.000Air Blank 02:40

0.083Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 01/30/2019 20:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0601/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:45

Pinellas County SO

BLAKE,L

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

DESAIN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.083Control Test 04:31

0.000Air Blank 04:31

# 1 0.218Subject Sample 04:32

2.226Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.219Subject Sample 04:35

1.968Breath Volume 04:35

0.000Air Blank 04:36

0.083Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 01/30/2019 20:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:3701/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:07

Pinellas County SO

TABOR,JUSTIN

06/05/2020

AG815602

Pinellas County SO

RICOTTILLI,JOSHUA,A

ESCALANTE-ROMERO

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.082Control Test 00:52

0.000Air Blank 00:52

# 1 0.142Subject Sample 00:53

1.132Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.138Subject Sample 00:56

1.761Breath Volume 00:56

0.000Air Blank 00:57

0.082Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/30/2019 20:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0301/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:18

Pinellas County SO

CASTELEIRO,ANTHONY

06/05/2020

AG815602

Pinellas County SO

EASTTY,MARK,L

MARKHAM

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.082Control Test 03:28

0.000Air Blank 03:28

# 1 0.194Subject Sample 03:30

1.808Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.192Subject Sample 03:33

1.199Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:35

Data Download Date/Time: 01/30/2019 20:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:5701/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:21

18:45

Pinellas County SO

LUDTKE,CHRISTOPHER

06/05/2020

AG815602

Pinellas County SO

LUDTKE,CHRISTOPHER,E

QUINN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:42

0.083Control Test 19:42

0.000Air Blank 19:43

# 1 0.000Subject Sample 19:43

2.843Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.000Subject Sample 19:46

2.886Breath Volume 19:46

0.000Air Blank 19:46

0.083Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 01/30/2019 20:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:1101/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:53

Pinellas County SO

GAUTHIER,ERIN

06/05/2020

AG815602

Pinellas County SO

LANEY,DAMON,A

FAVA

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.083Control Test 01:06

0.000Air Blank 01:07

# 1 0.123Subject Sample 01:07

1.750Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.125Subject Sample 01:10

1.726Breath Volume 01:10

0.000Air Blank 01:11

0.082Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 01/30/2019 20:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:2201/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:11

FHP Troop C

DONOHUE,LAWRENCE

06/05/2020

AG815602

FHP Troop C

DONOHUE,LAWRENCE,E

STAVEN

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.083Control Test 21:19

0.000Air Blank 21:19

# 1 0.227Subject Sample 21:20

1.449Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:22

# 2 0.218Subject Sample 21:23

1.105Breath Volume 21:23

0.000Air Blank 21:24

0.081Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 01/30/2019 20:33

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:2501/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:15

Pinellas County SO

GEOGHEGAN,L

06/05/2020

AG815602

Pinellas County SO

EANE,M,

STREET

01/30/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.083Control Test 01:01

0.000Air Blank 01:02

# 1 0.000Subject Sample 01:03

1.523Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.000Subject Sample 01:07

1.164Breath Volume 01:07

0.000Air Blank 01:07

0.083Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 02/03/2019 00:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:3901/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:52

Pinellas County SO

BLAKE,L

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

MCKNIGHT

01/30/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:57

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.083Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 02/03/2019 00:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:3601/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:24

Pinellas County SO

MOWATT,NATHAN

06/05/2020

AG815602

Pinellas County SO

MOWATT,NATHAN,E

BROFFMAN

01/30/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.082Control Test 03:05

0.000Air Blank 03:06

# 1 0.080Subject Sample 03:09 Volume Not Met

0.035Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:11

# 2 0.086Subject Sample 03:14 Volume Not Met

0.199Breath Volume 03:14

0.000Air Blank 03:15

0.082Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 02/03/2019 00:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001273CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4701/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:24

Pinellas County SO

MOWATT,NATHAN

06/05/2020

AG815602

Pinellas County SO

MOWATT,NATHAN,E

BROFFMAN

01/30/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:20

# 1 0.096Subject Sample 03:23 Volume Not Met

0.167Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:25

# 2 0.096Subject Sample 03:29 Volume Not Met

0.082Breath Volume 03:29

0.000Air Blank 03:29

0.082Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 02/03/2019 00:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:2601/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:55

Pinellas County SO

BLAKE,L

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

ALI

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:41

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.078Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 01/30/2019 21:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:4301/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:46

Pinellas County SO

MULLINS,J

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

MATIAS-JIMENEZ

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.081Control Test 21:50

0.000Air Blank 21:51

# 1 0.282Subject Sample 21:52

1.285Breath Volume 21:52

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.285Subject Sample 21:56

1.167Breath Volume 21:56

0.000Air Blank 21:56

0.077Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 01/30/2019 21:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1601/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:00

Pinellas County SO

MULLINS,J

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

RABIDEAU

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

# 1 0.130Subject Sample 03:46

1.230Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:48

# 2 0.122Subject Sample 03:50

1.804Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 01/30/2019 21:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001274CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:2601/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:13

Pinellas County SO

CRANE,T

06/05/2020

AG815602

Pinellas County SO

DEANE,M,

ANNAS

12/26/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.081Control Test 04:16

0.000Air Blank 04:16

# 1 0.135Subject Sample 04:17

1.683Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.134Subject Sample 04:19

3.402Breath Volume 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 01/30/2019 21:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.


