
80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:2901/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

21:28

FHP TROOP E

GUTIERREZ DEL TORO,RUBEN

10/05/2020

823252

FHP TROOP E

GUTIERREZ DEL TOR,RUBEN,

SARVER

01/09/2019

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.082Control Test 22:15

0.000Air Blank 22:15

# 1 0.000Subject Sample 22:16

2.917Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.000Subject Sample 22:19

2.929Breath Volume 22:19

0.000Air Blank 22:19

0.082Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 02/06/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:2401/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:35

MONROE COUNTY SO

HRADECKY,CORBIN

10/05/2020

823252

MONROE COUNTY SO

HRADECKY,CORBIN,J

HERNANDEZ

01/09/2019

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.081Control Test 22:07

0.000Air Blank 22:07

# 1 0.148Subject Sample 22:08

1.347Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.135Subject Sample 22:11

1.578Breath Volume 22:11

0.000Air Blank 22:12

0.081Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 02/06/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:4301/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:27

Coral Gables PD

PEREZ,ANDREA

11/05/2019

620051

Coral Gables PD

RIVERA QUINONES,IGNACIO,

GREENE

12/27/2018

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.081Control Test 04:41

0.000Air Blank 04:42

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:42

0.081Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 01/29/2019 11:11

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:1301/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:50

Coral Gables PD

SMITH,RYAN

11/05/2019

620051

Coral Gables PD

SMITH,RYAN,M

LACAYO

12/27/2018

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.082Control Test 02:21

0.000Air Blank 02:22

# 1 0.000Subject Sample 02:22

2.261Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.000Subject Sample 02:25

3.382Breath Volume 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 01/29/2019 11:11

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2401/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:38

Coral Gables PD

GIBSON,GERONIMO

11/05/2019

620051

Coral Gables PD

SMITH,RYAN,M

TREJO COBO

12/27/2018

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.082Control Test 02:22

0.000Air Blank 02:22

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/29/2019 11:11

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:1901/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:09

Coral Gables PD

CONTRERAS,ORLANDO

11/05/2019

620051

Coral Gables PD

LANFEAR,JAMES,A

LOPEZ

12/27/2018

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.082Control Test 22:30

0.000Air Blank 22:31

# 1 0.162Subject Sample 22:33

1.363Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.148Subject Sample 22:36

2.093Breath Volume 22:36

0.000Air Blank 22:37

0.078Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 01/29/2019 11:11

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:3701/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:48

18:30

Miami PD

MARTINEZ,JOSANDRE

11/21/2019

640976

Miami PD

CABELLO,ADRIAN,

ARIAS

01/29/2019

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:08

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:10

# 1Subject Sample 19:12 Subject Test Refused

0.000Breath Volume 19:12

0.000Air Blank 19:12

0.079Control Test 19:13

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 02/27/2019 15:40

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:3801/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:12

Miami PD

ESPINOZA,ANAVELKYS

11/21/2019

640976

Miami PD

ESPINOZA,ANAVELKYS,

MENESES

01/29/2019

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.078Control Test 23:08

0.000Air Blank 23:08

# 1 0.172Subject Sample 23:10

1.511Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:12

# 2 0.170Subject Sample 23:13

1.890Breath Volume 23:13

0.000Air Blank 23:14

0.077Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 02/27/2019 15:40

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:34:5801/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:08

17:18

Miami PD

PASTOR,JOSE

11/05/2019

620051

Miami PD

PASTOR,JOSE,F

MENDOZA

12/27/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:31

0.079Control Test 17:32

0.000Air Blank 17:32

# 1Subject Sample 17:33 Subject Test Refused

0.000Breath Volume 17:33

0.000Air Blank 17:34

0.078Control Test 17:34

0.000Air Blank 17:34

OKDiagnostics Check 17:34

Data Download Date/Time: 01/29/2019 12:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:2501/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

22:08

Miami PD

CHADWELL,WENDY

11/05/2019

620051

Miami PD

CHADWELL,WENDY,B

HUECK

12/27/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:18

# 1Subject Sample 22:19 Subject Test Refused

0.000Breath Volume 22:19

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 01/29/2019 12:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000875CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:50:5301/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

15:20

15:20

Blountstown PD

SMITH,SMITH

05/05/2019

06717080A6

Calhoun County SO

SMITH,CHRISTIAN,R

MORALES

01/03/2019

8100.27

CALHOUN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:44

0.000Air Blank 15:45

0.080Control Test 15:45

0.000Air Blank 15:46

# 1 0.042Subject Sample 15:46

1.519Breath Volume 15:46

0.000Air Blank 15:47

0.000Air Blank 15:49

# 2 0.040Subject Sample 15:49

1.535Breath Volume 15:49

0.000Air Blank 15:49

0.080Control Test 15:50

0.000Air Blank 15:50

OKDiagnostics Check 15:50

Data Download Date/Time: 02/06/2019 09:48

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000875CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:38:4401/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:10

15:00

Calhoun County SO

SCHEETZ,JOHN

05/05/2019

06717080A6

Calhoun County SO

SCHEETZ,JOHN,W

MORALES

01/03/2019

8100.27

CALHOUN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:32

0.000Air Blank 15:33

0.082Control Test 15:33

0.000Air Blank 15:34

# 1 0.000Subject Sample 15:34

1.351Breath Volume 15:34

0.000Air Blank 15:35

0.000Air Blank 15:37

# 2 0.000Subject Sample 15:37

1.414Breath Volume 15:37

0.000Air Blank 15:37

0.082Control Test 15:38

0.000Air Blank 15:38

OKDiagnostics Check 15:38

Data Download Date/Time: 02/06/2019 09:48

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4501/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:25

HOMESTEAD PD

PEREZ,RAUL

06/17/2018

1870563

HOMESTEAD PD

PEREZ,RAUL,

AMADOR

01/14/2019

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.082Control Test 01:12

0.000Air Blank 01:12

# 1Subject Sample 01:15 No Sample Provided

0.000Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:18

0.082Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 02/21/2019 10:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0801/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:56

HOMESTEAD PD

SINCORE,MICHAEL

04/07/2021

1870563

HOMESTEAD PD

SINCORE,MICHAEL,A

GONZALEZALEAGA

01/14/2019

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.083Control Test 03:27

0.000Air Blank 03:27

# 1 0.172Subject Sample 03:28

3.839Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.174Subject Sample 03:31

2.937Breath Volume 03:31

0.000Air Blank 03:32

0.083Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 02/21/2019 10:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:1101/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

20:40

HOMESTEAD PD

ACKERMAN,ELVIS

06/17/2018

1870563

HOMESTEAD PD

MURGUIDO,ALEX,

RONQUILLO

01/14/2019

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.082Control Test 23:18

0.000Air Blank 23:19

# 1 0.197Subject Sample 23:19

2.738Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.198Subject Sample 23:22

1.726Breath Volume 23:22

0.000Air Blank 23:23

0.082Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 02/21/2019 10:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:0901/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:17

HOMESTEAD PD

MURGUIDO,ALEX

04/07/2021

937240

HOMESTEAD PD

PEREZ,RAUL,

LEONARD

01/14/2019

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.082Control Test 22:03

0.000Air Blank 22:04

# 1Subject Sample 22:07 No Sample Provided

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2Subject Sample 22:09 Subject Test Refused

0.000Breath Volume 22:09

0.000Air Blank 22:10

0.082Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 02/21/2019 10:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:51:5001/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:25

14:16

HOMESTEAD PD

PEREZ,RAUL

04/07/2021

937240

HOMESTEAD PD

PEREZ,RAUL,

DOMINGO JIMENEZ

01/14/2019

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:45

0.000Air Blank 14:45

0.082Control Test 14:45

0.000Air Blank 14:46

# 1 0.199Subject Sample 14:47

2.644Breath Volume 14:47

0.000Air Blank 14:47

0.000Air Blank 14:49

# 2 0.191Subject Sample 14:50

1.503Breath Volume 14:50

0.000Air Blank 14:50

0.082Control Test 14:51

0.000Air Blank 14:51

OKDiagnostics Check 14:51

Data Download Date/Time: 02/21/2019 10:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:0301/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:20

HOMESTEAD PD

BOWENS,BRANDON'

04/07/2021

937240

HOMESTEAD PD

MURGUIDO,ALEJANDRO,

MATOS

01/14/2019

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.082Control Test 22:53

0.000Air Blank 22:54

# 1Subject Sample 22:55 Subject Test Refused

0.000Breath Volume 22:55

0.000Air Blank 22:56

0.082Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:57

Data Download Date/Time: 02/21/2019 10:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:2001/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:17

HOMESTEAD PD

RODRIGUEZ,RAUL

04/07/2021

937240

HOMESTEAD PD

RODRIGUEZ,RAUL,

ALMANZA BETANCOURT

01/14/2019

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.082Control Test 02:46

0.000Air Blank 02:47

# 1 0.204Subject Sample 02:49

1.332Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.209Subject Sample 02:53

1.246Breath Volume 02:53

0.000Air Blank 02:54

0.083Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 02/21/2019 10:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:5901/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:51

HOMESTEAD PD

HOLMES,JOHN

04/07/2021

937240

HOMESTEAD PD

MURGUIDO,ALEJANDRO,

GARCIA DOMINGO

01/14/2019

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.082Control Test 22:28

0.000Air Blank 22:28

# 1 0.170Subject Sample 22:29

2.996Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:31

# 2 0.173Subject Sample 22:32

3.156Breath Volume 22:32

0.000Air Blank 22:33

0.082Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 02/21/2019 10:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4401/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:01

Miami Beach PD

PAIGE,LEON

07/24/2020

390314

Miami Beach PD

PAIGE,LEON,I

RODRIGUEZ

12/27/2018

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:53

0.077Control Test 23:54

0.000Air Blank 23:54

# 1 0.142Subject Sample 23:55

4.882Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.131Subject Sample 23:58

4.316Breath Volume 23:58

0.000Air Blank 23:58

0.077Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 01/28/2019 12:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:3201/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:34

Miami Beach PD

MELENDEZ,DANIEL

04/19/2019

390314

Miami Beach PD

MELENDEZ,DANIEL,

FRANCOIS

12/27/2018

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:58

0.000Air Blank 00:58

# 1 0.228Subject Sample 00:59

1.933Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.209Subject Sample 01:03

1.437Breath Volume 01:03

0.000Air Blank 01:03

0.081Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 01/28/2019 12:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:4401/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:49

Miami Beach PD

SOSA,JONATHAN

07/24/2020

814181

Miami Beach PD

SOSA,JONATHAN,

LUNA

12/27/2018

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:38

0.000Air Blank 05:38

0.082Control Test 05:38

0.000Air Blank 05:39

# 1 0.116Subject Sample 05:41

2.183Breath Volume 05:41

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.111Subject Sample 05:47 Volume Not Met

0.128Breath Volume 05:47

0.000Air Blank 05:48

0.000Air Blank 05:50

# 3 0.126Subject Sample 05:53 Volume Not Met

0.214Breath Volume 05:53

0.000Air Blank 05:53

0.081Control Test 05:54

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 01/28/2019 12:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1301/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

03:01

Miami Beach PD

MELENDEZ,DANIEL

04/19/2019

390314

Miami Beach PD

MELENDEZ,DANIEL,

WILLIAMS

12/27/2018

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

# 1 0.216Subject Sample 03:32

4.210Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.211Subject Sample 03:35

4.613Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 01/28/2019 12:15

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:4201/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:39

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

ARANDA

12/14/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.079Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 01/10/2019 10:03

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:52:4201/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:29

12:48

Miami-Dade PD

GOMEZ,LUIS

02/05/2020

34917080A4

Miami-Dade PD

MORENO,FRANCISCO,

OLIVERO

12/14/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:49

0.000Air Blank 13:50

0.079Control Test 13:50

0.000Air Blank 13:51

# 1Subject Sample 13:51 Subject Test Refused

0.000Breath Volume 13:51

0.000Air Blank 13:51

0.079Control Test 13:52

0.000Air Blank 13:52

OKDiagnostics Check 13:52

Data Download Date/Time: 01/08/2019 13:19

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:16:3701/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:47

10:39

Miami-Dade PD

JANVIER,FRITZ

02/05/2020

34917080A4

Miami-Dade PD

JANVIER,FRITZ,G

RICHARD

01/04/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:08

0.000Air Blank 11:08

0.079Control Test 11:09

0.000Air Blank 11:09

# 1 0.166Subject Sample 11:11

2.468Breath Volume 11:11

0.000Air Blank 11:12

0.000Air Blank 11:14

# 2 0.176Subject Sample 11:14

2.363Breath Volume 11:14

0.000Air Blank 11:15

0.077Control Test 11:16

0.000Air Blank 11:16

OKDiagnostics Check 11:16

Data Download Date/Time: 02/01/2019 10:03

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:0301/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:16

Miami-Dade PD

BARQUERO,STEPHEN

02/05/2020

34917080A4

Miami-Dade PD

KOIVU,DAVID,J

MARTIN

01/04/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.079Control Test 20:01

0.000Air Blank 20:02

# 1 0.096Subject Sample 20:02

1.613Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:04

# 2 0.090Subject Sample 20:05

1.941Breath Volume 20:05

0.000Air Blank 20:06

0.079Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:07

Data Download Date/Time: 02/18/2019 12:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:5601/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:44

Miami-Dade PD

BIANCHI,MARIO

02/05/2020

34917080A4

Miami-Dade PD

BIANCHI,MARIO,J

TAPIA MARQUEZ

01/04/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.078Control Test 02:34

0.000Air Blank 02:35

# 1 0.181Subject Sample 02:36

2.378Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.175Subject Sample 02:39

1.789Breath Volume 02:39

0.000Air Blank 02:40

0.078Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 02/18/2019 12:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:2601/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:25

Miami-Dade PD

CETTA,MICHAEL

02/05/2020

34917080A4

Miami-Dade PD

PEREZ,ELVIS,

PEREZ

01/04/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

Air Blank 23:33 Ambient Fail

0.000Air Blank 23:34

Data Download Date/Time: 02/18/2019 12:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:4201/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:25

Miami-Dade PD

CETTA,MICHAEL

02/05/2020

34917080A4

Miami-Dade PD

PEREZ,ELVIS,

PEREZ

01/04/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

Air Blank 23:36 Improper Sample

Air Blank 23:36 Improper Sample

Data Download Date/Time: 02/18/2019 12:25

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:5201/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:25

Miami-Dade PD

CETTA,MICHAEL

02/05/2020

34917080A4

Miami-Dade PD

PEREZ,ELVIS,

PEREZ

01/04/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

Air Blank 23:38 Improper Sample

Air Blank 23:38 Improper Sample

Data Download Date/Time: 02/18/2019 12:25

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:0001/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:25

Miami-Dade PD

CETTA,MICHAEL

02/05/2020

34917080A4

Miami-Dade PD

PEREZ,ELVIS,

PEREZ

01/04/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

Air Blank 23:44 Ambient Fail

0.000Air Blank 23:45

Data Download Date/Time: 02/18/2019 12:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:1301/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:25

Miami-Dade PD

CETTA,MICHAEL

02/05/2020

34917080A4

Miami-Dade PD

ROMERO,JANET,

PEREZ

01/04/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.075Control Test 23:47

0.000Air Blank 23:48

# 1 0.321Subject Sample 23:48

2.492Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.312Subject Sample 23:51

2.503Breath Volume 23:51

0.000Air Blank 23:52

0.077Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 02/18/2019 12:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:3101/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:46

North Miami Beach PD

CABRERA,INGRED

07/05/2019

12317080A3

North Miami Beach PD

KIRKUS,JOSHUA,B

DAUPJIN

12/27/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.075Control Test 04:18

0.000Air Blank 04:18

# 1 0.204Subject Sample 04:21

2.582Breath Volume 04:21

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.205Subject Sample 04:23

2.050Breath Volume 04:23

0.000Air Blank 04:24

0.075Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 01/30/2019 18:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0401/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:19

North Miami Beach PD

AZEVEDO,MIKE

07/05/2019

12317080A3

North Miami Beach PD

AZEVEDO,MIKE,C

BERTHAUD

12/27/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.076Control Test 02:00

0.000Air Blank 02:01

# 1Subject Sample 02:04 No Sample Provided

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2Subject Sample 02:07 RFI Detect

0.000Breath Volume 02:07

0.000Air Blank 02:08

0.076Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:09

Data Download Date/Time: 01/30/2019 18:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:5301/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:56

05:28

Aventura PD

ESPADA,ROME

07/05/2019

12317080A3

Aventura PD

ALVAREZ,BELINDA,R

LAMBERTY

12/27/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:42

0.000Air Blank 06:43

0.077Control Test 06:43

0.000Air Blank 06:44

# 1 0.000Subject Sample 06:45

2.472Breath Volume 06:45

0.000Air Blank 06:45

0.000Air Blank 06:47

# 2 0.000Subject Sample 06:48

2.148Breath Volume 06:48

0.000Air Blank 06:48

0.075Control Test 06:49

0.000Air Blank 06:49

OKDiagnostics Check 06:49

Data Download Date/Time: 01/30/2019 18:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3301/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:47

Aventura PD

HAQ,F

07/05/2019

12317080A3

North Miami Beach PD

CURTIS,WILLIAM,C

AMSELLEM

12/27/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.077Control Test 01:26

0.000Air Blank 01:27

# 1Subject Sample 01:29 RFI Detect

0.000Breath Volume 01:29

0.000Air Blank 01:29

0.076Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 01/30/2019 18:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:3901/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:47

Aventura PD

HAQ,F

07/05/2019

12317080A3

North Miami Beach PD

CURTIS,WILLIAM,C

AMSELLEM

12/27/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.077Control Test 01:35

0.000Air Blank 01:36

# 1 0.188Subject Sample 01:39 Slope Not Level

1.277Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:41

# 2 0.164Subject Sample 01:44 Volume Not Met

0.343Breath Volume 01:44

0.000Air Blank 01:45

0.075Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 01/30/2019 18:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:3401/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:30

Aventura PD

BURNS,JEFF

07/05/2019

12317080A3

Aventura PD

HELFNER,ISAAC,S

SOLER

12/27/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.076Control Test 20:26

0.000Air Blank 20:26

# 1 0.204Subject Sample 20:27

1.695Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.200Subject Sample 20:29

1.128Breath Volume 20:29

0.000Air Blank 20:30

0.076Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 01/30/2019 18:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:1901/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:55

North Miami Beach PD

MENDEZ,MICHAEL

07/05/2019

12317080A3

North Miami Beach PD

AJO,MICHAEL,D

LAND

12/27/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.077Control Test 00:21

0.000Air Blank 00:21

# 1Subject Sample 00:21 Subject Test Refused

0.000Breath Volume 00:21

0.000Air Blank 00:22

0.077Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 01/30/2019 18:29

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:20:4501/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

12:50

12:50

FFWCC (Panama City)

BASFORD,TRAVIS

06/29/2019

477627

FFWCC (Panama City)

BASFORD,TRAVIS,L

FLOYD JR

12/17/2018

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:12

0.000Air Blank 13:13

0.079Control Test 13:13

0.000Air Blank 13:13

# 1 0.260Subject Sample 13:15

1.398Breath Volume 13:15

0.000Air Blank 13:15

0.000Air Blank 13:17

# 2 0.264Subject Sample 13:19

1.781Breath Volume 13:19

0.000Air Blank 13:19

0.078Control Test 13:20

0.000Air Blank 13:20

OKDiagnostics Check 13:20

Data Download Date/Time: 01/22/2019 14:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000901CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:5301/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:45

FHP Troop C

POULIN,D

08/05/2020

13518080A5

FHP Troop C

POULIN,DANIELLE,M

WILLISON

01/02/2019

8100.27

FFWCC TAMPA

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.000Control Test 19:11 RFI Detect

0.000Air Blank 19:11

Data Download Date/Time: 02/13/2019 22:01

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000901CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:19:3901/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:45

FHP Troop C

POULIN,D

08/05/2020

13518080A5

FHP Troop C

POULIN,D,M

WILLISON

01/02/2019

8100.27

FFWCC TAMPA

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:13

0.000Air Blank 19:13

0.083Control Test 19:14

0.000Air Blank 19:14

# 1 0.165Subject Sample 19:15

1.609Breath Volume 19:15

0.000Air Blank 19:15

0.000Air Blank 19:17

# 2 0.164Subject Sample 19:18

1.617Breath Volume 19:18

0.000Air Blank 19:18

0.082Control Test 19:19

0.000Air Blank 19:19

OKDiagnostics Check 19:19

Data Download Date/Time: 02/13/2019 22:01

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000901CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:36:3601/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:56

16:49

FFWCC (West Palm)

GRENZ,KELSEY

08/05/2020

13518080A5

FFWCC (West Palm)

HEIN,PAUL,M

MAULDIN

01/02/2019

8100.27

FFWCC TAMPA

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:24

0.000Air Blank 17:24

0.080Control Test 17:25

0.000Air Blank 17:25

# 1Subject Sample 17:28 No Sample Provided

0.000Breath Volume 17:28

0.000Air Blank 17:29

0.000Air Blank 17:31

# 2 0.184Subject Sample 17:31

3.480Breath Volume 17:31

0.000Air Blank 17:32

0.000Air Blank 17:34

# 3 0.177Subject Sample 17:34

3.089Breath Volume 17:34

0.000Air Blank 17:35

0.078Control Test 17:36

0.000Air Blank 17:36

OKDiagnostics Check 17:36

Data Download Date/Time: 02/13/2019 22:01

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000901CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:5601/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:18

17:00

FFWCC (West Palm)

GONZALES,AARON

08/05/2020

13518080A5

FFWCC (West Palm)

HANEY,MICHAEL,P

BUONO

01/02/2019

8100.27

FFWCC TAMPA

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:39

0.000Air Blank 17:40

0.081Control Test 17:40

0.000Air Blank 17:40

# 1 0.108Subject Sample 17:42

1.605Breath Volume 17:42

0.000Air Blank 17:42

0.000Air Blank 17:44

# 2 0.100Subject Sample 17:45

1.230Breath Volume 17:45

0.000Air Blank 17:46

0.079Control Test 17:46

0.000Air Blank 17:46

OKDiagnostics Check 17:46

Data Download Date/Time: 02/13/2019 22:01

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000901CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:09:5401/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:30

17:20

FFWCC (Lakeland)

JARRETT,JAMES

08/05/2020

13518080A5

FFWCC (Lakeland)

BROOKS,JOSEPH,P

AMADOR

01/02/2019

8100.27

FFWCC TAMPA

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:02

0.000Air Blank 18:03

0.080Control Test 18:03

0.000Air Blank 18:03

# 1 0.125Subject Sample 18:04

1.593Breath Volume 18:04

0.000Air Blank 18:05

0.000Air Blank 18:07

# 2 0.127Subject Sample 18:08

2.761Breath Volume 18:08

0.000Air Blank 18:08

0.080Control Test 18:09

0.000Air Blank 18:09

OKDiagnostics Check 18:09

Data Download Date/Time: 02/13/2019 22:01

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000901CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:23:1701/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:50

17:40

FFWCC (Lakeland)

LAMOUREUX,MATT

08/05/2020

13518080A5

FFWCC (Lakeland)

HANEY,MICHAEL,P

HITSON

01/02/2019

8100.27

FFWCC TAMPA

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:16

0.000Air Blank 18:17

0.081Control Test 18:17

0.000Air Blank 18:18

# 1 0.088Subject Sample 18:18

2.890Breath Volume 18:18

0.000Air Blank 18:19

0.000Air Blank 18:21

# 2 0.086Subject Sample 18:21

2.828Breath Volume 18:21

0.000Air Blank 18:22

0.080Control Test 18:22

0.000Air Blank 18:23

OKDiagnostics Check 18:23

Data Download Date/Time: 02/13/2019 22:01

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000902CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:39:2201/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

15:00

14:37

FFWCC (Lakeland)

VANTREES,THOMAS

08/05/2020

13518080A5

FFWCC (Lakeland)

WILKINS,MALACHI,C

WALKER

12/14/2018

8100.27

FFWCC TAMPA

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:32

0.000Air Blank 15:33

0.079Control Test 15:33

0.000Air Blank 15:34

# 1 0.118Subject Sample 15:34

2.199Breath Volume 15:34

0.000Air Blank 15:35

0.000Air Blank 15:37

# 2 0.127Subject Sample 15:37

1.593Breath Volume 15:37

0.000Air Blank 15:38

0.079Control Test 15:38

0.000Air Blank 15:39

OKDiagnostics Check 15:39

Data Download Date/Time: 01/02/2019 12:56

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000906CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:3101/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:11

FFWCC (West Palm)

YUREWITCH,KYLE

12/30/2019

666491

FFWCC (West Palm)

KLEIS,KEVIN,W

FINOL

01/02/2019

8100.27

FISH & WILDLIFE CC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.080Control Test 21:03

0.000Air Blank 21:03

# 1 0.192Subject Sample 21:04

4.625Breath Volume 21:04

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.184Subject Sample 21:06

4.664Breath Volume 21:06

0.000Air Blank 21:07

0.079Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 02/04/2019 11:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:1801/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:11

Village of Pinecrest

CABRERA,C

10/05/2019

24515080A3

Village of Pinecrest

WILCOX,C,

MERCADO

12/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:01

0.000Air Blank 18:01

0.079Control Test 18:02

0.000Air Blank 18:02

# 1Subject Sample 18:05 No Sample Provided

0.000Breath Volume 18:05

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2 0.172Subject Sample 18:10

1.769Breath Volume 18:10

0.000Air Blank 18:11

0.000Air Blank 18:12

# 3 0.167Subject Sample 18:14

1.894Breath Volume 18:14

0.000Air Blank 18:15

0.079Control Test 18:15

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 01/31/2019 13:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0701/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:05

Village of Pinecrest

FITORIA,HENRY

10/05/2017

24515080A3

Village of Pinecrest

CRUZ,EDISON,B

MONTIEL

12/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.081Control Test 04:51

0.000Air Blank 04:51

# 1 0.184Subject Sample 04:52

2.656Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:54

# 2 0.170Subject Sample 04:55

3.097Breath Volume 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 01/31/2019 13:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1801/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

03:05

Village of Pinecrest

DANNY,REGALADO

10/05/2017

24515080A3

Village of Pinecrest

CRUZ,EDISON,B

BROWN

12/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.080Control Test 03:35

0.000Air Blank 03:35

# 1Subject Sample 03:35 Subject Test Refused

0.000Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 01/31/2019 13:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:02:1901/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:22

Village of Pinecrest

SPENCE,GARY

10/05/2017

24515080A3

Village of Pinecrest

CRUZ,EDISON,B

VINAYAK

12/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:55

0.000Air Blank 06:56

0.080Control Test 06:56

0.000Air Blank 06:57

# 1 0.109Subject Sample 06:57

1.261Breath Volume 06:57

0.000Air Blank 06:58

0.000Air Blank 07:00

# 2 0.117Subject Sample 07:00

2.445Breath Volume 07:00

0.000Air Blank 07:01

0.080Control Test 07:01

0.000Air Blank 07:02

OKDiagnostics Check 07:02

Data Download Date/Time: 01/31/2019 13:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:25

Lee County SO

HERNANDEZ,CANDICE

06/05/2020

10818080A4

Lee County SO

LINDHOLM,JOHN,T

RIVERO

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.081Control Test 02:49

0.000Air Blank 02:49

# 1 0.125Subject Sample 02:51

1.519Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.130Subject Sample 02:55

1.722Breath Volume 02:55

0.000Air Blank 02:55

0.081Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2601/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:05

Lee County SO

HIDEG,JARED

06/05/2020

10818080A4

Lee County SO

LINDHOLM,JOHN,T

MARTINEZ

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

# 1 0.191Subject Sample 04:14

2.496Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.182Subject Sample 04:17

2.574Breath Volume 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

04:03

Lee County SO

WILLIAMS,TYLER

06/05/2020

10818080A4

Fort Myers PD

LINDHOLM,JOHN,T

BURDEN

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

# 1 0.200Subject Sample 04:34

2.460Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:36

# 2 0.204Subject Sample 04:37

2.683Breath Volume 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:39

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:1901/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:57

16:35

Lee County SO

CASOLA,M

06/05/2020

10818080A4

Sanibel PD

SMITH,JOSIAH,R

KRANICHFELD

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:56

0.000Air Blank 18:56

0.080Control Test 18:56

0.000Air Blank 18:57

# 1 0.201Subject Sample 18:57

2.351Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.201Subject Sample 19:00

2.308Breath Volume 19:00

0.000Air Blank 19:01

0.080Control Test 19:01

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:3601/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:53

Lee County SO

BONSALL,M

06/05/2020

10818080A4

Lee County SO

BONSALL,MATTHEW,A

WILSON

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:02

# 1 0.127Subject Sample 21:02

2.125Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.114Subject Sample 21:06

1.394Breath Volume 21:06

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2401/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:33

Fort Myers PD

JOHNSTON,TORI

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

SHAIN

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

# 1 0.000Subject Sample 01:30 Volume Not Met

1.285Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:36 Volume Not Met

1.097Breath Volume 01:36

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:0301/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:21

Lee County SO

DAVIS,DANIEL

06/05/2020

10818080A4

Lee County SO

DAVIS,DANIEL,L

BLANCHARD

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

# 1 0.168Subject Sample 02:06

1.917Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:08

# 2 0.155Subject Sample 02:09

3.664Breath Volume 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:11

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2101/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:40

Lee County SO

WALSH,LUKE

06/05/2020

10818080A4

Fort Myers PD

BELL,JOSEPH,G

PARSLEY

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.081Control Test 00:40

0.000Air Blank 00:40

# 1 0.183Subject Sample 00:41

1.433Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.158Subject Sample 00:44

1.460Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 3 0.169Subject Sample 00:47

1.679Breath Volume 00:47

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2801/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:44

Lee County SO

SELLERS,T

06/05/2020

10818080A4

Lee County SO

SELLERS,T,

BAUER

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

# 1 0.111Subject Sample 01:34

1.101Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.126Subject Sample 01:39 Volume Not Met

0.000Breath Volume 01:39

Air Blank 01:40 Purge Fail

Air Blank 01:41 Purge Fail

Data Download Date/Time: 01/09/2019 11:05

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:1401/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:44

Lee County SO

SELLERS,T

06/05/2020

10818080A4

Lee County SO

SELLERS,T,

BAUER

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:44

# 1 0.118Subject Sample 01:44

1.308Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:1401/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:50

Lee County SO

JOHNSEN,BRANDON

06/05/2020

10818080A4

Lee County SO

AVENDANO,JUAN,M

LOPEZ REINOSO

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:48

# 1 0.236Subject Sample 03:49

1.902Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 2 0.218Subject Sample 03:53

1.832Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4301/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:23

Lee County SO

WINCELOWICZ,LARRY

06/05/2020

10818080A4

Lee County SO

AVENDANO,JUAN,M

TOWLER

12/12/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:07

# 1 0.173Subject Sample 04:09

4.089Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.165Subject Sample 04:12

3.378Breath Volume 04:12

0.000Air Blank 04:12

0.080Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 01/09/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5601/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:47

Lee County SO

SELLERS,T

06/05/2020

10818080A4

Lee County SO

SELLERS,T,

VESGA NINO

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.082Control Test 03:28

0.000Air Blank 03:28

# 1 0.176Subject Sample 03:29

1.414Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:31

# 2 0.148Subject Sample 03:32

1.656Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 3 0.167Subject Sample 03:35

2.710Breath Volume 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:31:2301/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:04

06:52

Lee County SO

BOVILL,R

06/05/2020

10818080A4

Lee County SO

BURLEY,JUSTIN,L

CARRILLO

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:25

0.000Air Blank 07:25

0.081Control Test 07:25

0.000Air Blank 07:26

# 1 0.163Subject Sample 07:26

2.523Breath Volume 07:26

0.000Air Blank 07:27

0.000Air Blank 07:29

# 2 0.169Subject Sample 07:29

2.492Breath Volume 07:29

0.000Air Blank 07:30

0.081Control Test 07:30

0.000Air Blank 07:31

OKDiagnostics Check 07:31

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:1401/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:29

Lee County SO

WINCELOWICZ,L

06/05/2020

10818080A4

Lee County SO

MEYERS,F,E

BIGGS

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.082Control Test 00:30

0.000Air Blank 00:31

# 1 0.159Subject Sample 00:32

2.109Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.156Subject Sample 00:35

2.535Breath Volume 00:35

0.000Air Blank 00:36

0.082Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:3301/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:44

Lee County SO

LINN,A

06/05/2020

10818080A4

Lee County SO

MEYERS,F,E

GIAMBALVO

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.080Control Test 00:42

0.000Air Blank 00:42

# 1 0.150Subject Sample 00:42

2.242Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.151Subject Sample 00:46

2.304Breath Volume 00:46

0.000Air Blank 00:46

0.082Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:2701/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:36

Lee County SO

SMITH,JOSIAH

06/05/2020

10818080A4

Lee County SO

SMITH,JOSIAH,R

JASON JR

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:21

# 1 0.151Subject Sample 23:21

1.753Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.147Subject Sample 23:24

2.664Breath Volume 23:24

0.000Air Blank 23:25

0.081Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5201/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:44

Lee County SO

DUBOIS,M

06/05/2020

10818080A4

Lee County SO

MEYERS,F,E

RAYFIELD

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

# 1 0.187Subject Sample 01:25 Volume Not Met

0.835Breath Volume 01:25

Air Blank 01:26 Purge Fail

Air Blank 01:26 Purge Fail

Data Download Date/Time: 02/15/2019 09:41

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2301/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

18:33

Lee County SO

BRADFORD,HARLEE

06/05/2020

10818080A4

Fort Myers PD

LINDHOLM,JOHN,T

SEBASTIAN

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:43

# 1 0.224Subject Sample 22:43

3.863Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.220Subject Sample 22:46

3.761Breath Volume 22:46

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3501/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:13

Fort Myers PD

WITT,KELLY

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

ROA

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.081Control Test 00:56

0.000Air Blank 00:56

# 1Subject Sample 00:58 Subject Test Refused

0.000Breath Volume 00:58

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:3601/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:09

Lee County SO

LINDHOLM,JOHN

06/05/2020

10818080A4

Lee County SO

LINDHOLM,JOHN,T

RAMOS VARGAS

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.081Control Test 23:19

0.000Air Blank 23:19

# 1 0.108Subject Sample 23:20

2.402Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.104Subject Sample 23:23

2.589Breath Volume 23:23

0.000Air Blank 23:23

0.082Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:1801/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:45

FHP Troop F

BERNARD,NICK

06/05/2020

10818080A4

FHP Troop F

BERNARD,NICK,A

FRANCISCO

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.081Control Test 05:13

0.000Air Blank 05:14

# 1 0.129Subject Sample 05:15

1.859Breath Volume 05:15

Air Blank 05:16 Purge Fail

0.000Air Blank 05:17

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:3701/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:45

FHP Troop F

BERNARD,NICK

06/05/2020

10818080A4

FHP Troop F

BERNARD,NICK,A

FRANSCISCO

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.080Control Test 05:20

0.000Air Blank 05:21

# 1 0.115Subject Sample 05:21

1.527Breath Volume 05:21

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.125Subject Sample 05:24

2.207Breath Volume 05:24

0.000Air Blank 05:25

0.081Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:0001/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:32

Fort Myers PD

WILLIAMS,TYLER

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

WOOD

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:36

# 1 0.195Subject Sample 01:36

3.453Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:38

# 2 0.193Subject Sample 01:39

2.371Breath Volume 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:41

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1501/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:17

Lee County SO

DEKEYSER,NICKOLAS

06/05/2020

10818080A4

Lee County SO

BELL,JOSEPH,G

LEE

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.082Control Test 00:43

0.000Air Blank 00:43

# 1 0.196Subject Sample 00:44

1.992Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.203Subject Sample 00:47

1.847Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:0401/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:29

Lee County SO

MARTIN,KYLE

06/05/2020

10818080A4

Fort Myers PD

AVENDANO,JUAN,M

BORAGINE

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.081Control Test 22:21

0.000Air Blank 22:22

# 1 0.245Subject Sample 22:23

1.722Breath Volume 22:23

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.227Subject Sample 22:28

1.945Breath Volume 22:28

0.000Air Blank 22:29

0.083Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:30

Data Download Date/Time: 02/15/2019 09:41

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:1301/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:06

Lee County SO

LINDHOLM,JOHN

06/05/2020

10818080A4

Lee County SO

LINDHOLM,JOHN,T

WARD

01/09/2019

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.082Control Test 00:54

0.000Air Blank 00:54

# 1 0.219Subject Sample 00:55

2.031Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:57

# 2 0.222Subject Sample 00:58

1.738Breath Volume 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 02/15/2019 09:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:53

Collier County SO

KENNEDY,DANIEL

01/05/2020

31517080A1

Collier County SO

KENNEDY,DANIEL,L

CABRAL

12/03/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

# 1 0.209Subject Sample 03:12

2.148Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.205Subject Sample 03:16

1.503Breath Volume 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:18

Data Download Date/Time: 01/02/2019 17:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0201/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:18

Collier County SO

CORNELIUS,TIM

01/05/2020

31517080A1

Collier County SO

CORNELIUS,TIM,

TAYLOR

12/03/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:04

# 1 0.243Subject Sample 04:05

1.101Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 2 0.240Subject Sample 04:08

1.421Breath Volume 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:10

Data Download Date/Time: 01/02/2019 17:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:19:5101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:51

11:00

Collier County SO

DARREN,DANIEL

01/05/2020

31517080A1

Collier County SO

DARREN,DANIEL,C

CURRY

12/03/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:13

0.000Air Blank 12:14

0.081Control Test 12:14

0.000Air Blank 12:15

# 1 0.000Subject Sample 12:15

1.726Breath Volume 12:15

0.000Air Blank 12:15

0.000Air Blank 12:17

# 2 0.000Subject Sample 12:18

2.492Breath Volume 12:18

0.000Air Blank 12:18

0.080Control Test 12:19

0.000Air Blank 12:19

OKDiagnostics Check 12:19

Data Download Date/Time: 01/02/2019 17:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:5101/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:03

Collier County SO

CARPENTER,CHRISTOPHER

01/05/2020

31517080A1

Collier County SO

CARPENTER,CHRISTOPHER,J

HENDERSON

12/03/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

# 1Subject Sample 05:23 Subject Test Refused

0.000Breath Volume 05:23

0.000Air Blank 05:23

0.080Control Test 05:24

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 01/02/2019 17:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:34:5601/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

15:30

15:05

Glades County SO

NIEVES,TITO

01/05/2020

31517080A1

Glades County SO

WESTON,LARRY,L

RIVERA

12/30/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:34

Air Blank 16:34 Ambient Fail

0.000Air Blank 16:34

Data Download Date/Time: 01/31/2019 11:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:38:5401/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

15:50

15:05

Glades County SO

NEIVES,TITO

01/05/2020

31517080A1

Glades County SO

WESTON,LARRY,L

RIVERA

12/30/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:37

Air Blank 16:38 Ambient Fail

0.000Air Blank 16:38

Data Download Date/Time: 01/31/2019 11:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:4301/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

21:00

15:19

Glades County SO

NIEVES,TITO

01/05/2020

31517080A1

Glades County SO

LIVINGSTON,JESSICA,L

RIVERA

12/30/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.078Control Test 23:19

0.000Air Blank 23:19

# 1 0.035Subject Sample 23:20

3.128Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:22

# 2 0.030Subject Sample 23:23

2.839Breath Volume 23:23

0.000Air Blank 23:23

0.077Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 01/31/2019 11:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:5801/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:32

19:11

Glades County SO

OKUPSKI,RYAN

01/05/2020

31517080A1

FHP Troop F

LIVINGSTON,JESSICA,L

RIVERA

12/30/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:24

0.079Control Test 20:24

0.000Air Blank 20:24

# 1 0.155Subject Sample 20:25

3.066Breath Volume 20:25

0.000Air Blank 20:26

0.000Air Blank 20:27

# 2 0.155Subject Sample 20:28

3.203Breath Volume 20:28

0.000Air Blank 20:29

0.077Control Test 20:29

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 01/31/2019 11:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:3801/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:32

19:11

Glades County SO

OKUPSKI,RYAN

01/05/2020

31517080A1

FHP Troop F

LIVINGSTON,JESSICA,L

RIVERA

12/30/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.008Subject Sample 03:07

2.375Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.000Subject Sample 03:10

2.410Breath Volume 03:10

0.000Air Blank 03:10

0.078Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 01/31/2019 11:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:0601/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:34

Franklin County SO

CORTOPASSI,BARON

01/31/2020

686331

Franklin County SO

CORTOPASSI,BARON,H

DILLIN

01/15/2019

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:26

0.000Air Blank 19:26

0.078Control Test 19:27

0.000Air Blank 19:27

# 1 0.125Subject Sample 19:28

1.601Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:30

# 2 0.128Subject Sample 19:31

2.011Breath Volume 19:31

0.000Air Blank 19:32

0.078Control Test 19:32

0.000Air Blank 19:33

OKDiagnostics Check 19:33

Data Download Date/Time: 02/19/2019 11:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:5801/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:00

Franklin County SO

CORTOPASSI,BARON

01/31/2020

686331

Franklin County SO

CORTOPASSI,BARON,H

GUIDRY

01/15/2019

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1 0.211Subject Sample 01:34

3.640Breath Volume 01:34

0.000Air Blank 01:35

Air Blank 01:37 Ambient Fail

0.000Air Blank 01:37

Data Download Date/Time: 02/19/2019 11:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0801/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:00

Franklin County SO

CORTOPASSI,BARON

01/31/2020

686331

Franklin County SO

CORTOPASSI,BARON,H

GUIDRY

01/15/2019

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.189Control Test 01:43 Control Outside Tolerance

0.000Air Blank 01:44

Data Download Date/Time: 02/19/2019 11:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4901/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:00

Franklin County SO

CORTOPASSI,BARON

01/31/2020

686331

Franklin County SO

CORTOPASSI,BARON,H

GUIDRY

01/15/2019

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.073Control Test 01:48 Control Outside Tolerance

Air Blank 01:48 RFI Detect

Data Download Date/Time: 02/19/2019 11:14

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2701/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:30

Apalachicola PD

TURNER,JOHN

01/31/2020

686331

Apalachicola PD

TURNER,JOHN,C

WEIDNER

01/15/2019

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

Air Blank 02:02 Ambient Fail

0.000Air Blank 02:03

Data Download Date/Time: 02/19/2019 11:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1001/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:30

Apalachicola PD

TURNER,JOHN

01/31/2020

686331

Apalachicola PD

WEIDNER,TIFFANY,A

WEIDNER

01/15/2019

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:07

# 1 0.193Subject Sample 02:08

2.042Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:10

# 2 0.197Subject Sample 02:11

2.222Breath Volume 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 02/19/2019 11:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:2801/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:11

Apalachicola PD

TURNER,JOHN

01/31/2020

686331

Apalachicola PD

STANTON,MONICA,S

STANTON

01/15/2019

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:56

0.000Air Blank 18:57

0.080Control Test 18:57

0.000Air Blank 18:58

# 1 0.151Subject Sample 18:58

2.421Breath Volume 18:58

0.000Air Blank 18:59

0.000Air Blank 19:01

# 2 0.153Subject Sample 19:01

1.847Breath Volume 19:01

0.000Air Blank 19:02

0.079Control Test 19:02

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 02/19/2019 11:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000954CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:19:2001/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:40

13:29

FHP Troop H

WHITE,RAYMOND

12/05/2019

29017080A3

FHP Troop H

WHITE,RAYMOND,C

PRESTON-SIDLER

01/09/2019

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:12

0.000Air Blank 14:13

0.078Control Test 14:13

0.000Air Blank 14:14

# 1 0.282Subject Sample 14:14

6.148Breath Volume 14:14

0.000Air Blank 14:15

0.000Air Blank 14:17

# 2 0.271Subject Sample 14:17

6.226Breath Volume 14:17

0.000Air Blank 14:18

0.078Control Test 14:18

0.000Air Blank 14:19

OKDiagnostics Check 14:19

Data Download Date/Time: 02/05/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000954CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:3801/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

16:09

FHP Troop H

WHITE,RAYMOND

12/05/2019

29017080A3

FHP Troop H

WHITE,RAYMOND,C

FRANKS

01/09/2019

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:51

0.000Air Blank 16:51

0.079Control Test 16:52

0.000Air Blank 16:52

# 1 0.093Subject Sample 16:53

4.589Breath Volume 16:53

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.091Subject Sample 16:56

4.914Breath Volume 16:56

0.000Air Blank 16:56

0.079Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 02/05/2019 11:05

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000960CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4201/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:26

FHP Troop H

SHIVER,JAMES

12/05/2019

29017080A3

Liberty County SO

SCHWARZ,RILEY,M

SELL

01/03/2019

8100.27

LIBERTY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

# 1 0.130Subject Sample 02:27

3.832Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.128Subject Sample 02:30

3.250Breath Volume 02:30

0.000Air Blank 02:30

0.079Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 02/06/2019 10:03

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000960CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:15:2301/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:43

13:37

Liberty County SO

SHULER,NEIL

12/05/2019

29017080A3

Liberty County SO

SHIVER,JAMES,W

BLACK

01/03/2019

8100.27

LIBERTY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:09

0.000Air Blank 14:09

0.080Control Test 14:09

0.000Air Blank 14:10

# 1 0.165Subject Sample 14:10

1.664Breath Volume 14:10

0.000Air Blank 14:11

0.000Air Blank 14:13

# 2 0.175Subject Sample 14:13

2.003Breath Volume 14:13

0.000Air Blank 14:14

0.080Control Test 14:14

0.000Air Blank 14:15

OKDiagnostics Check 14:15

Data Download Date/Time: 02/06/2019 10:03

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:0801/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:21

Wakulla County SO

WEBB,EDWARD

05/05/2019

06717080A6

Wakulla County SO

MITCHELL,VICKI,N

MAYNE

12/06/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:44

0.080Control Test 20:44

0.000Air Blank 20:45

# 1 0.189Subject Sample 20:45

2.863Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.195Subject Sample 20:48

1.101Breath Volume 20:48

0.000Air Blank 20:49

0.079Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 01/28/2019 11:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:4401/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

02:00

Wakulla County SO

WEBB,EDWARD

05/05/2019

06717080A6

Wakulla County SO

MITCHELL,VICKI,N

BALL

12/06/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:57

0.000Air Blank 02:57

# 1Subject Sample 02:59 Subject Test Refused

0.000Breath Volume 02:59

0.000Air Blank 02:59

0.081Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 01/28/2019 11:18

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:2001/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:47

FHP Troop H

MOSCHETTO,ANTHONY

05/05/2019

06717080A6

FHP Troop H

MOSCHETTO,ANTHONY,C

RIGHTMAN

01/28/2019

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.081Control Test 22:09

0.000Air Blank 22:09

# 1Subject Sample 22:09 RFI Detect

0.000Breath Volume 22:09

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 02/11/2019 10:50

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:0201/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:47

FHP Troop H

MOSCHETTO,ANTHONY

05/05/2019

06717080A6

FHP Troop H

MOSCHETTO,ANTHONY,C

RIGHTMAN

01/28/2019

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.082Control Test 22:15

0.000Air Blank 22:15

# 1 0.116Subject Sample 22:16

2.234Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:18

# 2 0.111Subject Sample 22:19

2.152Breath Volume 22:19

0.000Air Blank 22:20

0.081Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:21

Data Download Date/Time: 02/11/2019 10:50

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4901/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:47

Orange County SO

PUSHOR,DANIEL

07/05/2019

13917080A3

Winter Park PD

OKEEFE,ALEXIS,J

WAYBRIGHT

12/05/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

# 1 0.209Subject Sample 03:34

2.410Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.211Subject Sample 03:37

2.523Breath Volume 03:37

0.000Air Blank 03:37

0.078Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 01/16/2019 11:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:5301/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:25

Orange County SO

CRUZ,AYLER

07/05/2019

13917080A3

Orange County SO

OKEEFE,ALEXIS,J

REYESSUAREZ

12/05/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:16

# 1 0.236Subject Sample 01:16

1.875Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.235Subject Sample 01:19

2.046Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 01/16/2019 11:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:2801/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:32

Orange County SO

HAWKINS,DEB

07/05/2019

13917080A3

FHP Troop D

KOSH,TOBI,J

SPECIALE

12/05/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

# 1 0.123Subject Sample 02:33

4.175Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.125Subject Sample 02:37

4.234Breath Volume 02:37

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 01/16/2019 11:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2901/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

20:40

FHP Troop H

SCHWARZ,RILEY

12/05/2019

29017080A3

FHP Troop H

SCHWARZ,RILEY,M

STEPHENS

12/05/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:44

# 1Subject Sample 22:45 Subject Test Refused

0.000Breath Volume 22:45

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 01/14/2019 09:45

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:5601/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

01:12

FHP Troop H

SANDERS,DEON

12/05/2019

29017080A3

FHP Troop H

BARTON,JEREMY,R

LACAYO RIVAS

12/05/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

# 1 0.175Subject Sample 05:23

1.738Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.174Subject Sample 05:27

3.125Breath Volume 05:27

0.000Air Blank 05:28

0.080Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 01/14/2019 09:45

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4801/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:17

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

ABURTO HERNANDEZ

01/14/2019

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.079Control Test 03:39

0.000Air Blank 03:39

# 1 0.263Subject Sample 03:40

2.531Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.271Subject Sample 03:43

2.484Breath Volume 03:43

0.000Air Blank 03:43

0.079Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 02/13/2019 12:07

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:5001/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:23

Quincy PD

SAFFORD,STERLING

12/05/2019

29017080A3

FHP Troop H

FRAZIER,MAX,J

BUNDY

01/14/2019

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

# 1 0.182Subject Sample 23:47

2.972Breath Volume 23:47

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.175Subject Sample 23:50

1.964Breath Volume 23:50

0.000Air Blank 23:50

0.078Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 02/13/2019 12:07

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4101/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:13

FHP Troop H

DEAN,DONALD

12/05/2019

29017080A3

FHP Troop H

DEAN,DONALD,E

HILL

01/14/2019

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:24

# 1 0.108Subject Sample 02:28 Volume Not Met

0.035Breath Volume 02:28

Air Blank 02:28 Improper Sample

Air Blank 02:28 Purge Fail

Air Blank 02:29 Purge Fail

Data Download Date/Time: 02/13/2019 12:08

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4201/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:13

FHP Troop H

DEAN,DONALD

12/05/2019

29017080A3

FHP Troop H

DEAN,DONALD,E

DEAN

01/14/2019

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.078Control Test 02:31

0.000Air Blank 02:32

# 1 0.093Subject Sample 02:35 Volume Not Met

0.585Breath Volume 02:35

Air Blank 02:35 Improper Sample

Air Blank 02:36 Purge Fail

0.000Air Blank 02:36

Data Download Date/Time: 02/13/2019 12:08

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2801/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:13

FHP Troop H

DEAN,DONALD

12/05/2019

29017080A3

FHP Troop H

DEAN,DONALD,E

HILL

01/14/2019

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

Air Blank 02:38 Ambient Fail

0.000Air Blank 02:39

Data Download Date/Time: 02/13/2019 12:08

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2901/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:13

FHP Troop H

DEAN,DONALD

12/05/2019

29017080A3

FHP Troop H

DEAN,DONALD,E

HILL

01/14/2019

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:41

# 1 0.112Subject Sample 02:43

1.882Breath Volume 02:43

Air Blank 02:44 Purge Fail

0.000Air Blank 02:45

Data Download Date/Time: 02/13/2019 12:08

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4801/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

23:27

FHP Troop K

KARTANOWICZ,MARTIN

12/05/2019

646645

FHP Troop K

KARTANOWICZ,MARTIN,

MANNING

01/06/2019

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

# 1 0.080Subject Sample 02:43

1.558Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 2 0.079Subject Sample 02:47

1.457Breath Volume 02:47

0.000Air Blank 02:47

0.078Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 01/24/2019 23:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:24:4901/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

05:04

Osceola County SO

DOUVRES,MICHAEL

12/05/2019

646645

Kissimmee PD

LYONS,DANIEL,E

LINARES-PARRA

01/06/2019

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:17

0.000Air Blank 06:17

0.079Control Test 06:18

0.000Air Blank 06:18

# 1 0.179Subject Sample 06:19

3.007Breath Volume 06:19

0.000Air Blank 06:20

0.000Air Blank 06:22

# 2 0.184Subject Sample 06:23

2.785Breath Volume 06:23

0.000Air Blank 06:23

0.077Control Test 06:24

0.000Air Blank 06:24

OKDiagnostics Check 06:24

Data Download Date/Time: 01/24/2019 23:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:1901/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:59

Osceola County SO

GYSLER,ALEX

12/05/2019

646645

St. Cloud PD

LYONS,DANIEL,E

ALEXANDER

01/06/2019

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.078Control Test 23:56

0.000Air Blank 23:56

# 1 0.091Subject Sample 23:56

1.507Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 2 0.093Subject Sample 23:59

1.824Breath Volume 23:59

0.000Air Blank 00:00

0.078Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 01/24/2019 23:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:0001/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:43

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

VILLA

01/06/2019

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

# 1 0.000Subject Sample 01:52

2.886Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.000Subject Sample 01:55

2.648Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:57

Data Download Date/Time: 01/24/2019 23:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0301/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:58

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

SANDIN

01/24/2019

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

# 1 0.000Subject Sample 01:29

3.386Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:32

3.464Breath Volume 01:32

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:34

Data Download Date/Time: 02/07/2019 18:13

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:1301/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

04:27

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

LICONA-CERRANO

01/24/2019

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

# 1 0.149Subject Sample 04:34

3.476Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.156Subject Sample 04:37

3.453Breath Volume 04:37

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 02/07/2019 18:13

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:50:2601/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

11:15

Kissimmee PD

FORD,GLENN

12/05/2019

646645

Kissimmee PD

FORD,GLENN,W

NOLASCO NUNEZ

12/03/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:43

0.000Air Blank 11:43

0.080Control Test 11:44

0.000Air Blank 11:44

# 1 0.223Subject Sample 11:44

1.714Breath Volume 11:44

0.000Air Blank 11:45

0.000Air Blank 11:47

# 2 0.212Subject Sample 11:48

1.761Breath Volume 11:48

0.000Air Blank 11:49

0.078Control Test 11:49

0.000Air Blank 11:50

OKDiagnostics Check 11:50

Data Download Date/Time: 01/06/2019 22:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:2401/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:39

Cocoa Beach PD

SCHEINER,JAMES

08/05/2020

17618080A3

Cocoa Beach PD

SCHEINER,JAMES,R

SULLIVAN

12/23/2018

8100.27

COCOA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.081Control Test 21:18

0.000Air Blank 21:18

# 1 0.057Subject Sample 21:19

2.152Breath Volume 21:19

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.055Subject Sample 21:21

1.425Breath Volume 21:21

0.000Air Blank 21:22

0.081Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 01/21/2019 13:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:4301/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:38

Titusville PD

HEDERMAN,CASEY

12/05/2019

29017080A2

Titusville PD

HEDERMAN,CASEY,L

WEEKLEY

12/14/2018

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.081Control Test 23:21

0.000Air Blank 23:22

# 1 0.000Subject Sample 23:23

2.156Breath Volume 23:23

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.000Subject Sample 23:26

2.101Breath Volume 23:26

0.000Air Blank 23:26

0.081Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 01/25/2019 19:02

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:10:4401/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:40

07:35

Titusville PD

ARIAS,JAMIE

12/05/2019

29017080A2

Titusville PD

MCDOLE,GEOFFERY,E

FORBES

12/14/2018

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 08:02

0.000Air Blank 08:02

0.081Control Test 08:02

0.000Air Blank 08:03

# 1 0.100Subject Sample 08:05

1.277Breath Volume 08:05

0.000Air Blank 08:05

0.000Air Blank 08:07

# 2 0.101Subject Sample 08:09

1.324Breath Volume 08:09

0.000Air Blank 08:09

0.080Control Test 08:10

0.000Air Blank 08:10

OKDiagnostics Check 08:10

Data Download Date/Time: 01/25/2019 19:02

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:38:3301/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

07:36

Titusville PD

HECTOR,JEFFREY

12/05/2019

29017080A2

Titusville PD

MCDOLE,GEOFFERY,E

ROMANSKY

12/14/2018

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:31

0.000Air Blank 08:32

0.081Control Test 08:32

0.000Air Blank 08:32

# 1 0.000Subject Sample 08:33

2.562Breath Volume 08:33

0.000Air Blank 08:34

0.000Air Blank 08:36

# 2 0.000Subject Sample 08:37

2.527Breath Volume 08:37

0.000Air Blank 08:37

0.081Control Test 08:37

0.000Air Blank 08:38

OKDiagnostics Check 08:38

Data Download Date/Time: 01/25/2019 19:02

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:2601/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

22:53

Titusville PD

GRAY,CONNOR

12/05/2019

29017080A2

Brevard County SO

HEDERMAN,CASEY,L

NASH

12/14/2018

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 23:59

# 1 0.123Subject Sample 00:00

1.144Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.120Subject Sample 00:03

2.777Breath Volume 00:03

0.000Air Blank 00:04

0.081Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 01/25/2019 19:02

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:1201/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

02:51

Titusville PD

BAKER,DALTON

12/05/2019

29017080A2

Titusville PD

HEDERMAN,CASEY,L

MOSES

12/14/2018

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.081Control Test 04:55

0.000Air Blank 04:55

# 1 0.165Subject Sample 04:56

1.914Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.160Subject Sample 04:59

1.476Breath Volume 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 01/25/2019 19:02

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:40:2101/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:50

10:32

Titusville PD

HAMM,JOSEPH

12/05/2019

29017080A2

Titusville PD

HANSON,JASON,A

KRAMER

12/14/2018

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:33

0.000Air Blank 11:34

0.082Control Test 11:34

0.000Air Blank 11:35

# 1 0.000Subject Sample 11:36

5.246Breath Volume 11:36

0.000Air Blank 11:36

0.000Air Blank 11:38

# 2 0.000Subject Sample 11:38

3.937Breath Volume 11:38

0.000Air Blank 11:39

0.080Control Test 11:39

0.000Air Blank 11:40

OKDiagnostics Check 11:40

Data Download Date/Time: 01/25/2019 19:02

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:1401/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:52

Titusville PD

WEAVER,JACOB

12/05/2019

29017080A2

Titusville PD

SANCHEZ,JASON,M

SANTOS

01/25/2019

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.081Control Test 20:52

0.000Air Blank 20:52

# 1 0.199Subject Sample 20:53

1.894Breath Volume 20:53

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.189Subject Sample 20:56

1.199Breath Volume 20:56

0.000Air Blank 20:57

0.080Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 02/26/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.


