
80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:2711/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

22:23

HIALEAH GARDENS PD

LEON,URIAK

09/05/2019

19817080A2

HIALEAH GARDENS PD

LEON,URIAK,

SALGUEIRO

10/29/2019

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:49

0.000Air Blank 16:49

0.078Control Test 16:49

0.000Air Blank 16:50

# 1Subject Sample 16:52 Subject Test Refused

0.000Breath Volume 16:52

0.000Air Blank 16:52

0.080Control Test 16:52

0.000Air Blank 16:53

OKDiagnostics Check 16:53

Data Download Date/Time: 11/21/2019 07:00

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:2311/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:23

HIALEAH GARDENS PD

LEON,URIAK

09/05/2019

19817080A2

HIALEAH GARDENS PD

LEON,URIAK,

SALGUEIRO

10/29/2019

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.079Control Test 23:08

0.000Air Blank 23:09

# 1Subject Sample 23:09 Subject Test Refused

0.000Breath Volume 23:09

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 11/21/2019 07:00

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:4711/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:15

HIALEAH GARDENS PD

HUERTA,EDWIN

09/05/2019

19817080A2

HIALEAH GARDENS PD

HUERTA,EDWIN,

NUNEZ

11/21/2019

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:21

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:22

0.079Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 12/30/2019 10:53

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:4211/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:05

SWEETWATER PD

LORENZO,YOSNIEL

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

VILLAMAR REYES

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.078Control Test 03:45

0.000Air Blank 03:45

# 1 0.135Subject Sample 03:46

2.101Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.127Subject Sample 03:49

1.500Breath Volume 03:49

0.000Air Blank 03:49

0.077Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:27:4311/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:58

06:18

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

ANTA

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:20

0.000Air Blank 07:21

0.078Control Test 07:21

0.000Air Blank 07:21

# 1 0.123Subject Sample 07:22

1.589Breath Volume 07:22

0.000Air Blank 07:23

0.000Air Blank 07:25

# 2 0.123Subject Sample 07:26

1.582Breath Volume 07:26

0.000Air Blank 07:26

0.078Control Test 07:27

0.000Air Blank 07:27

OKDiagnostics Check 07:27

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:2411/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:55

MIAMI-DADE PD

GUERRA,FRANCISCO

02/05/2020

34917080A4

MIAMI-DADE PD

GUERRA,FRANCISCO,J

RIONDA

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.077Control Test 05:42

0.000Air Blank 05:42

# 1Subject Sample 05:44 Sequence Aborted

0.000Breath Volume 05:44

0.000Air Blank 05:45

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:3911/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:55

MIAMI-DADE PD

GUERRA,FRANCISCO

02/05/2020

34917080A4

MIAMI-DADE PD

GUERRA,FRANCISCO,J

RIONDA

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:49

0.077Control Test 05:49

0.000Air Blank 05:50

# 1Subject Sample 05:51 Subject Test Refused

0.000Breath Volume 05:51

0.000Air Blank 05:51

0.078Control Test 05:52

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2211/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:37

SWEETWATER PD

LORENZO,YOSNIEL

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

GONZALEZ GIL

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.078Control Test 01:36

0.000Air Blank 01:36

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:5111/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:54

OTHER LOCAL

FERNANDEZ,ORLANDO

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLE,

JONES

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

0.078Control Test 22:43

0.000Air Blank 22:44

# 1Subject Sample 22:44 Subject Test Refused

0.000Breath Volume 22:44

0.000Air Blank 22:44

0.078Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:0411/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:20

BAY COUNTY SO

PACHECO,PACHECO

02/05/2020

34917080A4

MIAMI-DADE PD

PACHECO,GEORGE,A

HERNANDEZ

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.078Control Test 05:36

0.000Air Blank 05:36

# 1 0.131Subject Sample 05:38

1.277Breath Volume 05:38

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.130Subject Sample 05:41

1.460Breath Volume 05:41

0.000Air Blank 05:42

0.078Control Test 05:42

0.000Air Blank 05:42

OKDiagnostics Check 05:43

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:5211/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:50

MIAMI-DADE PD

LAPLACELIERE,LEONARDO

02/05/2020

34917080A4

MIAMI-DADE PD

LAPLACELIERE,LEONARDO,R

OSEGUERA PALMA

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.077Control Test 20:31

0.000Air Blank 20:32

# 1Subject Sample 20:32 Subject Test Refused

0.000Breath Volume 20:32

0.000Air Blank 20:32

0.078Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:0411/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

20:50

MIAMI-DADE PD

ELIAS,ITALA

02/05/2020

34917080A4

MIAMI-DADE PD

MCAULEY,DEVERO,

QUINCOCES

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.077Control Test 22:40

0.000Air Blank 22:40

# 1 0.126Subject Sample 22:41

1.515Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.129Subject Sample 22:44

1.726Breath Volume 22:44

0.000Air Blank 22:45

0.077Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:46

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:5511/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:50

SWEETWATER PD

FERNANDEZ,ORLANDO

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

RIOS

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.078Control Test 00:47

0.000Air Blank 00:48

# 1 0.259Subject Sample 00:49

1.191Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.250Subject Sample 00:53

1.621Breath Volume 00:53

0.000Air Blank 00:53

0.077Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:4111/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:43

SWEETWATER PD

LORENZO,YOSNIEL

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

ROA

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.077Control Test 05:00

0.000Air Blank 05:01

# 1 0.247Subject Sample 05:01

1.511Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.224Subject Sample 05:05

1.488Breath Volume 05:05

0.000Air Blank 05:05

0.000Air Blank 05:07

# 3 0.211Subject Sample 05:08

1.320Breath Volume 05:08

0.000Air Blank 05:08

0.077Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:32:3211/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

04:57

MIAMI-DADE PD

FRANCO,GREGORY

02/05/2020

34917080A4

MIAMI-DADE PD

QUINTANA,JORGE,F

POSADAS

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:25

0.000Air Blank 06:25

0.078Control Test 06:26

0.000Air Blank 06:26

# 1 0.189Subject Sample 06:28

2.656Breath Volume 06:28

0.000Air Blank 06:28

0.000Air Blank 06:30

# 2 0.184Subject Sample 06:31

1.398Breath Volume 06:31

0.000Air Blank 06:31

0.077Control Test 06:31

0.000Air Blank 06:32

OKDiagnostics Check 06:32

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:1811/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:41

MIAMI-DADE PD

FRANCO,G

02/05/2020

34917080A4

MIAMI-DADE PD

VARGAS,D,

CUSH

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:09

# 1 0.258Subject Sample 03:09

1.710Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.262Subject Sample 03:12

1.828Breath Volume 03:12

0.000Air Blank 03:13

0.077Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:3111/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:20

SWEETWATER PD

NOVAK,ROBERT

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

MUNOZ

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.078Control Test 04:57

0.000Air Blank 04:57

# 1Subject Sample 04:58 Subject Test Refused

0.000Breath Volume 04:58

0.000Air Blank 04:58

0.077Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:22:1211/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

14:30

MIAMI-DADE PD

LAPLACELIERE,LEONARDO

02/05/2020

34917080A4

MIAMI-DADE PD

LAPLACELIERE,LEONARDO,R

CASTELLANOS HERNANDE

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:12

0.000Air Blank 15:12

0.078Control Test 15:13

0.000Air Blank 15:13

# 1 0.259Subject Sample 15:13

1.429Breath Volume 15:13

0.000Air Blank 15:14

0.000Air Blank 15:16

# 2 0.281Subject Sample 15:17

3.339Breath Volume 15:17

0.000Air Blank 15:18

0.000Air Blank 15:19

# 3 0.287Subject Sample 15:20

3.730Breath Volume 15:20

0.000Air Blank 15:21

0.076Control Test 15:21

0.000Air Blank 15:22

OKDiagnostics Check 15:22

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:1911/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:15

MIAMI-DADE PD

LAPLACELIERE,LEONARDO

02/05/2020

34917080A4

MIAMI-DADE PD

LAPLACELIERE,LEONARDO,R

CASTELLON SILVA

11/15/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.078Control Test 22:56

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:58

1.890Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.000Subject Sample 23:00

2.125Breath Volume 23:00

0.000Air Blank 23:01

0.077Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 12/27/2019 11:16

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:0011/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:47

MIAMI-DADE PD

VARGAS,DAEL

05/05/2021

06419080A2

MIAMI-DADE PD

QUINTANA,JORGE,F

KLIMANTOVICH

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:41

# 1 0.150Subject Sample 03:42

2.535Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.147Subject Sample 03:45

1.707Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:47

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:0711/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:09

SWEETWATER PD

LORENZO,YOSNIEL

05/05/2021

06419080A2

SWEETWATER PD

LORENZO,YOSNIEL,

LOPEZ

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:5711/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:40

MIAMI-DADE PD

TRUJILLO,GEORGE

05/05/2021

06419080A2

MIAMI-DADE PD

TRUJILLO,GEORGE,L

SMALL

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.081Control Test 19:46

0.000Air Blank 19:47

# 1 0.092Subject Sample 19:47

1.699Breath Volume 19:47

0.000Air Blank 19:48

0.000Air Blank 19:49

# 2 0.091Subject Sample 19:50

1.652Breath Volume 19:50

0.000Air Blank 19:51

0.079Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:1711/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:29

SWEETWATER PD

FERNANDEZ,ORLANDO

05/05/2021

06419080A2

SWEETWATER PD

LORENZO,YOSNIEL,

SANTANASIGARRETA

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:08

# 1 0.215Subject Sample 02:09

1.437Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.201Subject Sample 02:13

1.359Breath Volume 02:13

0.000Air Blank 02:14

0.076Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3311/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:28

MIAMI-DADE PD

QUINTANA,JORGE

05/05/2021

06419080A2

MIAMI-DADE PD

QUINTANA,JORGE,F

LUGO CAVEDA

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

# 1 0.153Subject Sample 03:13

1.453Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:15

# 2 0.161Subject Sample 03:17

2.085Breath Volume 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2811/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:42

MIAMI-DADE PD

FRANCO,GREGORY

05/05/2021

06419080A2

MIAMI-DADE PD

MYRTIL,REGINALD,J

HYMAN

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

# 1 0.182Subject Sample 03:47

1.738Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.174Subject Sample 03:50

1.605Breath Volume 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4111/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:03

SWEETWATER PD

LORENZO,YOSNIEL

05/05/2021

06419080A2

SWEETWATER PD

LORENZO,YOSNIEL,

VALLECILLO

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:55

# 1 0.156Subject Sample 03:56

1.128Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.162Subject Sample 04:00

1.531Breath Volume 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:3511/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

04:57

MIAMI-DADE PD

PACHECO,GEORGE

05/05/2021

06419080A2

MIAMI-DADE PD

PACHECO,GEORGE,

AROCHA PERAZA

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:55

0.000Air Blank 05:56

0.081Control Test 05:56

0.000Air Blank 05:56

# 1 0.155Subject Sample 05:57

2.332Breath Volume 05:57

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.163Subject Sample 06:00

2.316Breath Volume 06:00

0.000Air Blank 06:01

0.081Control Test 06:01

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3311/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:04

MIAMI-DADE PD

COYLE,TIMOTHY

05/05/2021

06419080A2

MIAMI-DADE PD

GUERRA,FRANCISCO,J

FROMETA

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1 0.249Subject Sample 00:59

1.148Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.245Subject Sample 01:03

2.578Breath Volume 01:03

0.000Air Blank 01:04

0.076Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:3311/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:20

MIAMI-DADE PD

TRUJILLO,GEORGE

05/05/2021

06419080A2

MIAMI-DADE PD

TRUJILLO,GEORGE,L

ANTOLINEZ

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.080Control Test 23:21

0.000Air Blank 23:21

# 1 0.268Subject Sample 23:21

1.734Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.272Subject Sample 23:24

1.687Breath Volume 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:2011/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:39

SWEETWATER PD

ORLANDO,FERNANDEZ

05/05/2021

06419080A2

SWEETWATER PD

LORENZO,YOSNIEL,

RODRIGUEZ TORRES

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

# 1 0.168Subject Sample 02:29

2.128Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.163Subject Sample 02:32

1.605Breath Volume 02:32

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3811/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:24

MIAMI-DADE PD

VARGAS,D

05/05/2021

06419080A2

MIAMI-DADE PD

VARGAS,D,

ALCALA

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

# 1 0.211Subject Sample 03:17

1.488Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.204Subject Sample 03:20

1.660Breath Volume 03:20

0.000Air Blank 03:21

0.078Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:36:1811/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

05:44

MIAMI-DADE PD

PACHECO,GEORGE

05/05/2021

06419080A2

MIAMI-DADE PD

PACHECO,GEORGE,

SANCHEZ

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:32

0.000Air Blank 07:33

0.080Control Test 07:33

0.000Air Blank 07:34

# 1Subject Sample 07:34 Subject Test Refused

0.000Breath Volume 07:34

0.000Air Blank 07:35

0.081Control Test 07:35

0.000Air Blank 07:36

OKDiagnostics Check 07:36

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:0511/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:15

SWEETWATER PD

LORENZO,YOSNIEL

05/05/2021

06419080A2

SWEETWATER PD

LORENZO,YOSNIEL,

EVERTSZ

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.225Subject Sample 02:23

1.632Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:25

# 2 0.218Subject Sample 02:26

1.625Breath Volume 02:26

0.000Air Blank 02:27

0.078Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:4511/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:10

MIAMI-DADE PD

QUINTANA,JORGE

05/05/2021

06419080A2

MIAMI-DADE PD

VARGAS,D,

AROCHO

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

# 1Subject Sample 03:16 Subject Test Refused

0.000Breath Volume 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0211/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:18

MIAMI-DADE PD

PACHECO,GEORGE

05/05/2021

06419080A2

MIAMI-DADE PD

VARGAS,D,

GALLEGO SANCHEZ

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

# 1 0.104Subject Sample 03:31

2.558Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.100Subject Sample 03:34

1.730Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:36

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:3711/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:35

MIAMI-DADE PD

FERNANDEZ,O

05/05/2021

06419080A2

SWEETWATER PD

QUINTANA,JORGE,F

NAVARRETE

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:25

# 1Subject Sample 04:25 Subject Test Refused

0.000Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:2411/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:45

OTHER LOCAL

BARDELAS,MAYLEE

05/05/2021

06419080A2

OTHER LOCAL

BARDELAS,MAYLEE,

VASQUEZ

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.080Control Test 18:41

0.000Air Blank 18:42

# 1 0.254Subject Sample 18:44

3.625Breath Volume 18:44

0.000Air Blank 18:45

0.000Air Blank 18:46

# 2 0.254Subject Sample 18:48

1.699Breath Volume 18:48

0.000Air Blank 18:49

0.071Control Test 18:49 Control Outside Tolerance

0.000Air Blank 18:50

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:2111/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:15

SWEETWATER PD

FERNANDEZ,ORLANDO

05/05/2021

06419080A2

SWEETWATER PD

LORENZO,YOSNIEL,

RODRIGUEZ

10/30/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.080Control Test 23:56

0.000Air Blank 23:56

# 1Subject Sample 23:56 Subject Test Refused

0.000Breath Volume 23:56

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 11/21/2019 06:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0911/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

01:58

Jacksonville SO

STANLEY,T

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

THROCKMORTON

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

# 1Subject Sample 03:34 Subject Test Refused

0.000Breath Volume 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 11/26/2019 14:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1311/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

20:50

Jacksonville SO

DOUGHFMAN,D

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

HICKS

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

# 1 0.000Subject Sample 22:07

2.582Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.000Subject Sample 22:10

2.613Breath Volume 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 11/26/2019 14:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:0311/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

21:00

Jacksonville SO

WHITE,J

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

CARMONA

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:26

# 1 0.000Subject Sample 00:26

1.796Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.000Subject Sample 00:29

1.878Breath Volume 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:31

Data Download Date/Time: 11/26/2019 14:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4511/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

00:27

Jacksonville SO

FILBERT,E

03/05/2021

00919080A3

Jacksonville Beach

SUTTON,BRADEN,J

PALEMBA

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

# 1 0.194Subject Sample 03:23

2.593Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.193Subject Sample 03:26

2.507Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 11/26/2019 14:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:2211/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

18:41

Jacksonville SO

ROSS,R

03/05/2021

00919080A3

U of North FL PD

SUTTON,BRADEN,J

BONDJUK

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:36

# 1 0.182Subject Sample 21:37

1.902Breath Volume 21:37

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.188Subject Sample 21:40

1.433Breath Volume 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 11/26/2019 14:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:4611/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

21:32

Jacksonville SO

TORRES,W

03/05/2021

00919080A3

Neptune Beach PD

SUTTON,BRADEN,J

KELLEY

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

# 1 0.157Subject Sample 23:53

3.179Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.155Subject Sample 23:57

2.167Breath Volume 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 11/26/2019 14:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4111/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

22:45

Jacksonville SO

JONES,M

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

LEWIS

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1 0.089Subject Sample 01:33

1.441Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.092Subject Sample 01:36

3.062Breath Volume 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 11/26/2019 14:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:3011/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

03:49

Jacksonville SO

TORRES,M

03/05/2021

00919080A3

FHP Troop G

SUTTON,BRADEN,J

WILLIAMS

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:36

0.000Air Blank 06:36

0.080Control Test 06:36

0.000Air Blank 06:37

# 1 0.105Subject Sample 06:37

2.589Breath Volume 06:37

0.000Air Blank 06:38

0.000Air Blank 06:40

# 2 0.097Subject Sample 06:41

1.183Breath Volume 06:41

0.000Air Blank 06:41

0.080Control Test 06:41

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 11/26/2019 14:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:3311/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:04

Jacksonville SO

STANLEY,T

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

ROMAN

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

# 1 0.071Subject Sample 21:12

1.570Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.079Subject Sample 21:16

2.296Breath Volume 21:16

0.000Air Blank 21:16

0.080Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:0211/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:40

Jacksonville SO

DOUGHFMAN,D

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

BURGOS CALDERON

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

# 1 0.168Subject Sample 01:49 Volume Not Met

0.406Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.220Subject Sample 01:52

3.125Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 3 0.191Subject Sample 01:58 Volume Not Met

0.910Breath Volume 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 02:00

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3411/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:24

Jacksonville SO

RODRIGUEZ,M

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

JAMES

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:5011/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

02:35

Jacksonville SO

RODRIGUEZ,M

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

ROBBINS

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.081Control Test 04:23

0.000Air Blank 04:23

# 1 0.048Subject Sample 04:24

2.207Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.048Subject Sample 04:27

1.796Breath Volume 04:27

0.000Air Blank 04:27

0.081Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1811/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

23:35

Jacksonville SO

STANLEY,T

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

DOMINGUEZ ORTIZ

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.080Control Test 01:08

0.000Air Blank 01:09

# 1 0.000Subject Sample 01:09

3.648Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.000Subject Sample 01:12

3.765Breath Volume 01:12

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:3211/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

22:30

Jacksonville SO

WHITE,J

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

FARMER

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:53

# 1 0.000Subject Sample 00:54

2.187Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.000Subject Sample 00:57

2.703Breath Volume 00:57

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:4011/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:20

Jacksonville SO

DOUGHFMAN,D

03/05/2021

00919080A3

Jacksonville SO

SCOTT,J,A

OWENS

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:15

# 1 0.118Subject Sample 22:16

3.531Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.117Subject Sample 22:19

3.562Breath Volume 22:19

0.000Air Blank 22:19

0.079Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:2011/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

21:41

Jacksonville SO

STANLEY,T

03/05/2021

00919080A3

Jacksonville SO

SCOTT,J,A

CHURCH

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1 0.106Subject Sample 23:08

3.683Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.112Subject Sample 23:11

3.816Breath Volume 23:11

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:25:5811/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:58

05:00

Jacksonville SO

ULYSSE,S

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

ALVARENGA

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:19

0.000Air Blank 07:20

0.080Control Test 07:20

0.000Air Blank 07:21

# 1 0.079Subject Sample 07:21

2.128Breath Volume 07:21

0.000Air Blank 07:22

0.000Air Blank 07:24

# 2 0.073Subject Sample 07:24

1.257Breath Volume 07:24

0.000Air Blank 07:25

0.080Control Test 07:25

0.000Air Blank 07:25

OKDiagnostics Check 07:25

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:3811/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

16:00

Jacksonville SO

SMITH,M

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

PATEL

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.080Control Test 18:31

0.000Air Blank 18:32

# 1 0.254Subject Sample 18:32

2.464Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:35

# 2 0.235Subject Sample 18:36

1.339Breath Volume 18:36

0.000Air Blank 18:36

0.079Control Test 18:37

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:2511/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

15:20

Jacksonville SO

ROBBINS,S

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

BELL

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:22

0.000Air Blank 18:22

0.080Control Test 18:22

0.000Air Blank 18:23

# 1 0.189Subject Sample 18:24

2.597Breath Volume 18:24

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.190Subject Sample 18:26

1.109Breath Volume 18:26

0.000Air Blank 18:27

0.080Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:45:0411/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:18

05:50

Jacksonville SO

OLIVERAS,T

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

SAY

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:38

0.000Air Blank 07:39

0.079Control Test 07:39

0.000Air Blank 07:39

# 1 0.110Subject Sample 07:40

2.664Breath Volume 07:40

0.000Air Blank 07:41

0.000Air Blank 07:43

# 2 0.114Subject Sample 07:43

2.511Breath Volume 07:43

0.000Air Blank 07:44

0.079Control Test 07:44

0.000Air Blank 07:44

OKDiagnostics Check 07:45

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:37:2611/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:10

07:24

Jacksonville SO

ANDRES,J

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

OMERANOVIC

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:31

0.000Air Blank 09:31

0.080Control Test 09:31

0.000Air Blank 09:32

# 1 0.164Subject Sample 09:32

2.699Breath Volume 09:32

0.000Air Blank 09:33

0.000Air Blank 09:35

# 2 0.158Subject Sample 09:35

2.140Breath Volume 09:35

0.000Air Blank 09:36

0.080Control Test 09:36

0.000Air Blank 09:37

OKDiagnostics Check 09:37

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:5111/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:25

Jacksonville SO

DOUGHFMAN,D

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

HERRINGTON

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:48

# 1Subject Sample 21:48 Subject Test Refused

0.000Breath Volume 21:48

0.000Air Blank 21:48

0.080Control Test 21:49

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:3611/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:04

Jacksonville SO

STANLEY,T

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

MCLAURIN

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:34

# 1 0.075Subject Sample 23:35

2.972Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.071Subject Sample 23:38

2.042Breath Volume 23:38

0.000Air Blank 23:38

0.080Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5811/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:30

Jacksonville SO

FISETTE,J

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

TAYLOR

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

# 1 0.008Subject Sample 03:56

2.699Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.008Subject Sample 03:59

3.371Breath Volume 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:5711/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

04:00

Jacksonville SO

JOHNS,B

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

VICENTE BARRERA

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:09

0.000Air Blank 06:09

0.080Control Test 06:10

0.000Air Blank 06:10

# 1 0.168Subject Sample 06:11

3.511Breath Volume 06:11

0.000Air Blank 06:11

0.000Air Blank 06:13

# 2 0.167Subject Sample 06:14

3.394Breath Volume 06:14

0.000Air Blank 06:15

0.080Control Test 06:15

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:5411/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:23

Jacksonville SO

STANLEY,T

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

SMITH JR

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 01:59

# 1 0.067Subject Sample 02:00

2.718Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:02

# 2 0.065Subject Sample 02:03

3.164Breath Volume 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:3911/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

03:00

Jacksonville SO

JOHNS,B

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

MILLS

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.081Control Test 05:24

0.000Air Blank 05:25

# 1Subject Sample 05:25 Subject Test Refused

0.000Breath Volume 05:25

0.000Air Blank 05:25

0.081Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:3311/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

23:45

Jacksonville SO

WHITE,J

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

AMATO

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4711/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

01:56

Jacksonville SO

STANLEY,T

03/05/2021

00919080A3

Jacksonville SO

SCOTT,J,A

SIMMONS

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

# 1 0.086Subject Sample 03:08

3.667Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.084Subject Sample 03:11

3.398Breath Volume 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:5711/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

02:15

Jacksonville SO

WHITE,J

03/05/2021

00919080A3

Jacksonville SO

BERRY,SHANON,E

BLAKE

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3311/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

20:53

Jacksonville SO

SEBASTIAN,D

03/05/2021

00919080A3

FHP Troop G

SUTTON,BRADEN,J

VALENZUELA

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:20

0.079Control Test 23:20

0.000Air Blank 23:20

# 1Subject Sample 23:21 Subject Test Refused

0.000Breath Volume 23:21

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 11/26/2019 14:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:0011/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

02:10

Jacksonville SO

STEVENS,E

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

VELASQUEZ

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.080Control Test 04:38

0.000Air Blank 04:38

# 1 0.211Subject Sample 04:39

1.507Breath Volume 04:39

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.210Subject Sample 04:42

2.488Breath Volume 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:44

Data Download Date/Time: 11/26/2019 14:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:4911/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

03:30

Jacksonville SO

JOHNS,B

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

CAMPBELL

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.080Control Test 05:50

0.000Air Blank 05:50

# 1 0.144Subject Sample 05:51

2.800Breath Volume 05:51

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.141Subject Sample 05:54

1.777Breath Volume 05:54

0.000Air Blank 05:54

0.079Control Test 05:55

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 11/26/2019 14:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:44:0911/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:19

06:32

Jacksonville SO

ONDRIEZEK,B

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

JACKSON

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:40

0.000Air Blank 07:40

0.080Control Test 07:41

0.000Air Blank 07:41

# 1Subject Sample 07:42 Subject Test Refused

0.000Breath Volume 07:42

0.000Air Blank 07:43

0.080Control Test 07:43

0.000Air Blank 07:44

OKDiagnostics Check 07:44

Data Download Date/Time: 11/26/2019 14:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:11:4111/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:44

09:45

Jacksonville SO

FLORENCE,A

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

LOPEZ BORIA

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:05

0.000Air Blank 12:05

0.080Control Test 12:06

0.000Air Blank 12:06

# 1 0.138Subject Sample 12:07

2.402Breath Volume 12:07

0.000Air Blank 12:07

0.000Air Blank 12:09

# 2 0.131Subject Sample 12:10

2.449Breath Volume 12:10

0.000Air Blank 12:10

0.081Control Test 12:11

0.000Air Blank 12:11

OKDiagnostics Check 12:11

Data Download Date/Time: 11/26/2019 14:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:12:4211/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:42

14:00

Jacksonville SO

FLORENCE,A

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

MCKINNEY

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:09

0.000Air Blank 16:10

0.080Control Test 16:10

0.000Air Blank 16:10

# 1Subject Sample 16:11 Subject Test Refused

0.000Breath Volume 16:11

0.000Air Blank 16:11

0.081Control Test 16:12

0.000Air Blank 16:12

OKDiagnostics Check 16:12

Data Download Date/Time: 11/26/2019 14:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:48:3911/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

13:30

Jacksonville SO

TIRRI,N

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

HUFF

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:45

0.000Air Blank 15:46

0.080Control Test 15:46

0.000Air Blank 15:47

# 1Subject Sample 15:47 Subject Test Refused

0.000Breath Volume 15:47

0.000Air Blank 15:47

0.080Control Test 15:48

0.000Air Blank 15:48

OKDiagnostics Check 15:48

Data Download Date/Time: 01/07/2020 11:53

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:2711/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

02:25

Jacksonville SO

ALLEN,J

03/05/2021

00919080A3

Jacksonville SO

POWELL,EDWARD,A

ROBINSON

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:24

# 1 0.114Subject Sample 05:25

1.703Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.114Subject Sample 05:28

1.902Breath Volume 05:28

0.000Air Blank 05:29

0.079Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 01/07/2020 11:53

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:5311/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:04

Jacksonville SO

RODRIGUEZ,M

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

COTTON

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.081Control Test 03:02

0.000Air Blank 03:02

# 1 0.100Subject Sample 03:03

1.492Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.102Subject Sample 03:06

1.898Breath Volume 03:06

0.000Air Blank 03:06

0.081Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 01/07/2020 11:54

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3111/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:01

Nassau County SO

HUFFMON,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

NOBLES

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.138Subject Sample 03:53

1.597Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.132Subject Sample 03:56

1.515Breath Volume 03:56

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:0011/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:01

Nassau County SO

BALLARD,JAMES

02/05/2021

32518080A2

Nassau County SO

MORGAN,MATTHEW,M

BULLARD

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

# 1Subject Sample 22:37 Subject Test Refused

0.000Breath Volume 22:37

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:38

OKDiagnostics Check 22:39

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:0211/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:47

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

BUCHANAN IV

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

# 1 0.047Subject Sample 03:46

1.812Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.044Subject Sample 03:49

1.953Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:51

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:4511/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

23:58

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

COLLUM

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:25

# 1 0.136Subject Sample 01:26

1.113Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.146Subject Sample 01:29

1.812Breath Volume 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:3311/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:12

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

MCCRACKEN,J,D

BRUNSON

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.079Control Test 22:57

0.000Air Blank 22:57

# 1 0.328Subject Sample 22:58

2.507Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.322Subject Sample 23:01

2.691Breath Volume 23:01

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5811/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:07

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

FARMER

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.077Control Test 01:50

0.000Air Blank 01:51

# 1 0.113Subject Sample 01:52

1.820Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.101Subject Sample 01:55

1.300Breath Volume 01:55

0.000Air Blank 01:56

0.078Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:0611/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:42

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

BARASHES

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.078Control Test 00:28

0.000Air Blank 00:29

# 1 0.000Subject Sample 00:29

1.976Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.007Subject Sample 00:32

1.988Breath Volume 00:32

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4411/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:10

Nassau County SO

WIGGINS,A

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

OWENS

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:16

# 1Subject Sample 01:16 Subject Test Refused

0.000Breath Volume 01:16

0.000Air Blank 01:16

0.079Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:4011/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:03

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

ROGERS

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.079Control Test 21:00

0.000Air Blank 21:01

# 1Subject Sample 21:02 Subject Test Refused

0.000Breath Volume 21:02

0.000Air Blank 21:02

0.078Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:5511/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:41

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

JONES

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

# 1Subject Sample 00:36 Subject Test Refused

0.000Breath Volume 00:36

0.000Air Blank 00:36

0.078Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:4911/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:03

Nassau County SO

DILL,T

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

BRYAN

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

# 1 0.186Subject Sample 01:36

1.222Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:38

# 2 0.166Subject Sample 01:39

1.273Breath Volume 01:39

0.000Air Blank 01:39

0.077Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:0911/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:00

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

FIGUEROA

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.078Control Test 03:53

0.000Air Blank 03:54

# 1 0.085Subject Sample 03:54

2.320Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:56

# 2 0.086Subject Sample 03:57

2.886Breath Volume 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:1011/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:02

Nassau County SO

DUGGAN,L

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

CANALE

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.078Control Test 00:46

0.000Air Blank 00:46

# 1Subject Sample 00:46 Subject Test Refused

0.000Breath Volume 00:46

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:1611/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:18

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

MAKI

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

# 1 0.128Subject Sample 03:04

1.406Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:06

# 2 0.120Subject Sample 03:07

1.656Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0611/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:45

Nassau County SO

KNIGHT,G

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

MILLER

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1 0.156Subject Sample 03:37

2.003Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.156Subject Sample 03:40

2.402Breath Volume 03:40

0.000Air Blank 03:41

0.078Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5711/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:45

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

HACKLE

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:27

# 1 0.102Subject Sample 01:27

1.753Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.101Subject Sample 01:30

1.542Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:47:3611/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

17:26

Nassau County SO

SCHMIDT,R

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

CREAMER

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:41

0.080Control Test 18:41

0.000Air Blank 18:42

# 1 0.056Subject Sample 18:43

2.066Breath Volume 18:43

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.060Subject Sample 18:46

2.273Breath Volume 18:46

0.000Air Blank 18:46

0.079Control Test 18:46

0.000Air Blank 18:47

OKDiagnostics Check 18:47

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2711/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:53

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

FREEDEN

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:53

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:4911/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

01:14

Nassau County SO

HUFFMON,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

GAGNON

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.129Subject Sample 03:52

1.687Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.119Subject Sample 03:55

1.359Breath Volume 03:55

0.000Air Blank 03:55

0.078Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:3311/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:01

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

LEE

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.079Control Test 04:43

0.000Air Blank 04:43

# 1 0.122Subject Sample 04:44

1.558Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.129Subject Sample 04:48

1.933Breath Volume 04:48

0.000Air Blank 04:48

0.077Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:2411/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:42

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

GRADY

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.079Control Test 03:25

0.000Air Blank 03:25

# 1 0.000Subject Sample 03:26

2.312Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.000Subject Sample 03:30

3.015Breath Volume 03:30

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/27/2019 11:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:3311/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:26

Nassau County SO

JACKSON,R

02/05/2021

32518080A2

Nassau County SO

MCCRACKEN,J,D

ARMSTRONG

11/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.078Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:19 Subject Test Refused

0.000Breath Volume 03:19

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 12/31/2019 11:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:5811/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:04

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

BAKER

11/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:56

0.000Air Blank 19:56

0.078Control Test 19:56

0.000Air Blank 19:57

# 1 0.103Subject Sample 19:57

1.226Breath Volume 19:57

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.116Subject Sample 20:01

1.347Breath Volume 20:01

0.000Air Blank 20:02

0.077Control Test 20:02

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 12/31/2019 11:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:4411/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

04:30

U of Fl PD

WRZESINSKI,TIMOTHY

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

PETUSEVSKY

10/31/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.078Control Test 05:32

0.000Air Blank 05:32

# 1 0.000Subject Sample 05:33

4.617Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.000Subject Sample 05:36

2.910Breath Volume 05:36

0.000Air Blank 05:36

0.077Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 11/25/2019 00:18

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4311/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:46

U of Fl PD

WRZESINSKI,TIMOTHY

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

BARREIRO

10/31/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.078Control Test 02:04

0.000Air Blank 02:04

# 1 0.000Subject Sample 02:05

3.917Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:08

2.023Breath Volume 02:08

0.000Air Blank 02:08

0.078Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 11/25/2019 00:18

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:11:4411/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:30

11:10

U of Fl PD

OSBORNE,OWEN

10/05/2021

22419080A2

Gainesville PD

BOONE,ANDRIELLE,C

PATE

10/31/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:59

0.000Air Blank 12:59

0.077Control Test 13:00

0.000Air Blank 13:00

# 1 0.148Subject Sample 13:03 Volume Not Met

0.242Breath Volume 13:03

0.000Air Blank 13:04

0.000Air Blank 13:06

# 2 0.184Subject Sample 13:06

2.031Breath Volume 13:06

0.000Air Blank 13:07

0.000Air Blank 13:09

# 3 0.178Subject Sample 13:10

2.074Breath Volume 13:10

0.000Air Blank 13:10

0.077Control Test 13:11

0.000Air Blank 13:11

OKDiagnostics Check 13:11

Data Download Date/Time: 11/25/2019 00:18

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2811/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:06

U of Fl PD

WRZESINSKI,TIMOTHY

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

LYLES

10/31/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.078Control Test 04:07

0.000Air Blank 04:07

# 1 0.134Subject Sample 04:09

1.578Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.109Subject Sample 04:14 Volume Not Met

0.082Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 3 0.132Subject Sample 04:17

1.417Breath Volume 04:17

0.000Air Blank 04:18

0.074Control Test 04:18 Control Outside Tolerance

0.000Air Blank 04:19

Data Download Date/Time: 11/25/2019 00:18

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1311/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:17

U of Fl PD

PAZ,RICARDO

10/05/2021

22419080A2

U of Fl PD

PAZ,RICARDO,A

GRANT

11/24/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.077Control Test 01:36

0.000Air Blank 01:37

# 1 0.278Subject Sample 01:37

2.605Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.273Subject Sample 01:40

2.437Breath Volume 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 12/31/2019 02:45

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:5711/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:31

U of Fl PD

ALEXANDER,COURTNEY

10/05/2021

22419080A2

U of Fl PD

SHEFFIELD,KHRISTOPHER,D

ANDERSON JR

11/24/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.076Control Test 03:44

0.000Air Blank 03:44

# 1 0.290Subject Sample 03:45

2.222Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:47

# 2 0.295Subject Sample 03:48

1.843Breath Volume 03:48

0.000Air Blank 03:49

0.074Control Test 03:49 Control Outside Tolerance

0.000Air Blank 03:49

Data Download Date/Time: 12/31/2019 02:45

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:5411/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:21

U of Fl PD

WILLIAMS,STEPHANIE

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

STAROVOYTOV

11/24/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:20

# 1 0.055Subject Sample 02:21

1.453Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.055Subject Sample 02:24

2.109Breath Volume 02:24

0.000Air Blank 02:24

0.077Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 12/31/2019 02:45

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:3211/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

21:53

FHP Troop B

WHITAKER,ROBERT

11/15/2021

1048227

Gilchrist County SO

CAULK,DANIEL,C

MUNN

10/28/2019

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

# 1Subject Sample 23:55 Sequence Aborted

0.000Breath Volume 23:55

0.000Air Blank 23:55

Data Download Date/Time: 12/02/2019 15:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:3411/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:42

Gilchrist County SO

VALENCIA,JOVANI

11/15/2021

1048227

Gilchrist County SO

LANGFORD,BRIAN,A

ELLIS

10/28/2019

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

# 1 0.210Subject Sample 22:39 Volume Not Met

0.140Breath Volume 22:39

Air Blank 22:39 Purge Fail

0.000Air Blank 22:40

Data Download Date/Time: 12/02/2019 15:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:0211/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:42

Gilchrist County SO

VALENCIA,JOVANNI

11/15/2021

1048227

Gilchrist County SO

LANGFORD,BRIAN,A

ELLIS

10/28/2019

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.075Control Test 22:43

0.000Air Blank 22:43

# 1 0.196Subject Sample 22:44

1.500Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.207Subject Sample 22:47

1.945Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:49

Data Download Date/Time: 12/02/2019 15:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:3611/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

16:13

FHP Troop G

HILLIARD,KARI

10/05/2020

24818080A3

FHP Troop G

HILLIARD,KARI,A

PRYDE

10/27/2019

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

# 1 0.187Subject Sample 21:18

2.953Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.194Subject Sample 21:21

3.468Breath Volume 21:21

0.000Air Blank 21:22

0.078Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 11/30/2019 22:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001288CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:4911/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:55

Union County SO

WORD,SCOTT

08/07/2020

823252

Union County SO

FERNANDEZ,JOSE,R

FERNANDEZ

10/24/2019

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1Subject Sample 22:29 Subject Test Refused

0.000Breath Volume 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 11/29/2019 12:18

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:1711/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:34

Bradford County SO

SUMNER,DALTON

06/16/2020

AG816701

Bradford County SO

SUMNER,DALTON,R

TORRES

10/26/2019

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

# 1Subject Sample 04:15 No Sample Provided

0.000Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2Subject Sample 04:20 No Sample Provided

0.000Breath Volume 04:20

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 11/25/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:5411/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:45

Bradford County SO

HADDICK,SHANE

06/16/2020

AG816701

Bradford County SO

KONKEL,SCOTT,M

ROBERTS

10/26/2019

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.078Control Test 22:08

0.000Air Blank 22:08

# 1 0.174Subject Sample 22:09

1.398Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:11

# 2 0.199Subject Sample 22:12

1.371Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:14

# 3 0.200Subject Sample 22:15

3.769Breath Volume 22:15

0.000Air Blank 22:15

0.078Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 11/25/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0711/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:36

Bradford County SO

WHITEHEAD,JAKE

06/16/2020

AG816701

Bradford County SO

SUMNER,DALTON,R

STEWART

10/26/2019

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

# 1 0.164Subject Sample 03:23

2.046Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.162Subject Sample 03:26

1.746Breath Volume 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 11/25/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:1411/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:23

FHP Troop G

MURRAY,WILLIAM

06/16/2020

AG816701

Bradford County SO

BRANNON,AARON,K

TAYLOR

11/23/2019

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.077Control Test 20:56

0.000Air Blank 20:56

# 1 0.100Subject Sample 20:58

2.347Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.104Subject Sample 21:01

3.531Breath Volume 21:01

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 12/31/2019 09:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:13:5411/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:46

15:08

Levy County SO

POLIMENI,NEIL

02/26/2020

AG805701

Cedar Keys PD

SNYDER,SCOTT,C

BRYANT

10/26/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:06

0.000Air Blank 16:07

0.078Control Test 16:07

0.000Air Blank 16:08

# 1 0.223Subject Sample 16:09

1.593Breath Volume 16:09

0.000Air Blank 16:10

0.000Air Blank 16:11

# 2 0.226Subject Sample 16:12

2.484Breath Volume 16:12

0.000Air Blank 16:13

0.076Control Test 16:13

0.000Air Blank 16:13

OKDiagnostics Check 16:13

Data Download Date/Time: 11/25/2019 06:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3411/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:15

Levy County SO

ROSA,CHANCE

02/26/2020

AG805701

Williston PD

ECKER,DEREK,C

FUNES

10/26/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

0.000Air Blank 03:31

# 1 0.221Subject Sample 03:35 Volume Not Met

1.042Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.229Subject Sample 03:39

2.304Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 3 0.229Subject Sample 03:42

1.769Breath Volume 03:42

0.000Air Blank 03:43

0.076Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 11/25/2019 06:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5311/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

01:04

FHP Troop B

WILSON,JOSHUA

02/26/2020

AG805701

FHP Troop B

WILSON,JOSHUA,B

HART

10/26/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

# 1Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 11/25/2019 06:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:31:2911/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

08:24

Levy County SO

BRACAGLIA,MICHAEL

02/26/2020

AG805701

Williston PD

ECKER,DEREK,C

SMITH

10/26/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:23

0.000Air Blank 11:23

0.079Control Test 11:24

0.000Air Blank 11:24

# 1 0.239Subject Sample 11:26

1.140Breath Volume 11:26

0.000Air Blank 11:26

0.000Air Blank 11:28

# 2 0.225Subject Sample 11:29

1.917Breath Volume 11:29

0.000Air Blank 11:30

0.077Control Test 11:30

0.000Air Blank 11:31

OKDiagnostics Check 11:31

Data Download Date/Time: 11/25/2019 06:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:0311/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

18:30

16:30

Levy County SO

POLK,AUSTIN

02/26/2020

AG805701

Levy County SO

POLK,AUSTIN,B

LEPPERT

10/26/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.077Control Test 19:24

0.000Air Blank 19:24

# 1 0.124Subject Sample 19:25

2.035Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:27

# 2 0.133Subject Sample 19:28

3.128Breath Volume 19:28

0.000Air Blank 19:29

0.078Control Test 19:29

0.000Air Blank 19:29

OKDiagnostics Check 19:30

Data Download Date/Time: 11/25/2019 06:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:36:0411/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:05

08:37

Santa Rosa County SO

DANIELS,DAVID

05/11/2022

1141545

Santa Rosa County SO

DANIELS,DAVID,C

DENSON

11/26/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:27

0.000Air Blank 09:28

0.081Control Test 09:28

0.000Air Blank 09:29

# 1 0.000Subject Sample 09:30

1.312Breath Volume 09:30

0.000Air Blank 09:30

0.000Air Blank 09:32

# 2 0.000Subject Sample 09:34

1.585Breath Volume 09:34

0.000Air Blank 09:35

0.080Control Test 09:35

0.000Air Blank 09:35

OKDiagnostics Check 09:36

Data Download Date/Time: 12/23/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4311/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:27

Santa Rosa County SO

APPLING,JEFF

05/11/2022

1141545

Santa Rosa County SO

APPLING,JEFF,M

ODONNOGHUE

11/26/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1 0.193Subject Sample 03:21

3.917Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.184Subject Sample 03:25

4.175Breath Volume 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 12/23/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0111/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:48

Santa Rosa County SO

SPENCER,RAYMOND

05/11/2022

1141545

Santa Rosa County SO

SPENCER,RAYMOND,L

PAPPAS

11/26/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:07

# 1Subject Sample 04:11 No Sample Provided

0.000Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:15

Data Download Date/Time: 12/23/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:4811/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:29

15:47

Santa Rosa County SO

GREENBERG,JOSHUA

05/11/2022

1141545

Santa Rosa County SO

CARLSON,JOSHUA,L

BUNN

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:49

0.000Air Blank 16:50

0.080Control Test 16:50

0.000Air Blank 16:51

# 1 0.339Subject Sample 16:52

2.402Breath Volume 16:52

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.348Subject Sample 16:56

3.074Breath Volume 16:56

0.000Air Blank 16:56

0.080Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3011/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:54

Santa Rosa County SO

POSEY,BENJAMIN

05/11/2022

1141545

Santa Rosa County SO

POSEY,BENJAMIN,E

GLADINUS

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.081Control Test 22:57

0.000Air Blank 22:58

# 1Subject Sample 23:01 No Sample Provided

0.000Breath Volume 23:01

0.000Air Blank 23:01

0.000Air Blank 23:04

# 2Subject Sample 23:07 No Sample Provided

0.000Breath Volume 23:07

0.000Air Blank 23:07

0.081Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:1511/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:11

Santa Rosa County SO

THOMPSON,WILLIAM

05/11/2022

1141545

Santa Rosa County SO

GOLDEN,RYAN,L

GARRETT

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.080Control Test 20:57

0.000Air Blank 20:57

# 1 0.160Subject Sample 20:59

2.062Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.158Subject Sample 21:02

2.042Breath Volume 21:02

0.000Air Blank 21:03

0.078Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:1811/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:08

Santa Rosa County SO

MOYE,JAMES

05/11/2022

1141545

Santa Rosa County SO

MOYE,JAMES,M

VALDEZ

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.081Control Test 23:19

0.000Air Blank 23:19

# 1Subject Sample 23:22 No Sample Provided

0.000Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.176Subject Sample 23:25

3.855Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 3 0.178Subject Sample 23:28

4.960Breath Volume 23:28

0.000Air Blank 23:29

0.079Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0911/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:38

Santa Rosa County SO

MUNDT,DAVID

05/11/2022

1141545

Santa Rosa County SO

MUNDT,DAVID,L

JOHNSON

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.080Control Test 00:37

0.000Air Blank 00:37

# 1Subject Sample 00:37 Subject Test Refused

0.000Breath Volume 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:4911/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:04

Santa Rosa County SO

LEVIER,MATTHEW

05/11/2022

1141545

Santa Rosa County SO

LEVIER,MATTHEW,B

CORN

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:59

0.080Control Test 19:59

0.000Air Blank 20:00

# 1 0.000Subject Sample 20:00

3.292Breath Volume 20:00

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2 0.000Subject Sample 20:03

3.457Breath Volume 20:03

0.000Air Blank 20:03

0.081Control Test 20:04

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:5911/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

04:01

Santa Rosa County SO

DESOUSA,CARLOS

05/11/2022

1141545

Santa Rosa County SO

DESOUSA,CARLOS,J

PAZ

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.081Control Test 05:02

0.000Air Blank 05:03

# 1 0.149Subject Sample 05:05

2.019Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:07

# 2 0.142Subject Sample 05:08

1.207Breath Volume 05:08

0.000Air Blank 05:09

0.076Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:3011/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:37

Santa Rosa County SO

HARVOTH,DANIEL

05/11/2022

1141545

Santa Rosa County SO

HARVOTH,DANIEL,P

LEWIS

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.081Control Test 19:33

0.000Air Blank 19:33

# 1 0.303Subject Sample 19:35

1.714Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:38

# 2 0.320Subject Sample 19:38

2.937Breath Volume 19:38

0.000Air Blank 19:39

0.080Control Test 19:39

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:0511/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:20

Santa Rosa County SO

LYNN,J

05/11/2022

1141545

Santa Rosa County SO

NEFF,F,T

MORADO

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.082Control Test 21:09

0.000Air Blank 21:10

# 1 0.023Subject Sample 21:10

2.769Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.023Subject Sample 21:13

3.027Breath Volume 21:13

0.000Air Blank 21:14

0.082Control Test 21:14

0.000Air Blank 21:14

OKDiagnostics Check 21:15

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:4011/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:22

Santa Rosa County SO

LEMMON,TREVOR

05/11/2022

1141545

Milton PD

SPENCER,RAYMOND,L

JOHNSON-DAVIS

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:17

0.000Air Blank 21:18

0.081Control Test 21:18

0.000Air Blank 21:18

# 1Subject Sample 21:22 No Sample Provided

0.000Breath Volume 21:22

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2Subject Sample 21:26 Subject Test Refused

0.000Breath Volume 21:26

0.000Air Blank 21:26

0.081Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:5311/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:22

Santa Rosa County SO

LEMMON,TREVOR

05/11/2022

1141545

Milton PD

SPENCER,RAYMOND,L

JOHNSON-DAVIS

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.080Control Test 21:30

0.000Air Blank 21:30

# 1 0.162Subject Sample 21:33 Volume Not Met

0.085Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2Subject Sample 21:39 No Sample Provided

0.000Breath Volume 21:39

0.000Air Blank 21:39

0.080Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:1611/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:40

Santa Rosa County SO

RODRIGUEZ,PAUL

05/11/2022

1141545

Santa Rosa County SO

RODRIGUEZ,PAUL,M

COOPER

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

# 1 0.100Subject Sample 03:59

2.187Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.098Subject Sample 04:03

2.093Breath Volume 04:03

0.000Air Blank 04:04

0.081Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:4211/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:26

16:43

Santa Rosa County SO

TOLBERT,JOEY

05/11/2022

1141545

Santa Rosa County SO

LEVIER,MATTHEW,B

HOLMES

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:47

0.000Air Blank 17:47

0.081Control Test 17:47

0.000Air Blank 17:48

# 1 0.000Subject Sample 17:49

3.808Breath Volume 17:49

0.000Air Blank 17:49

0.000Air Blank 17:51

# 2 0.000Subject Sample 17:52

3.707Breath Volume 17:52

0.000Air Blank 17:52

0.082Control Test 17:53

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0211/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

01:41

Santa Rosa County SO

SPENCER,RAYMOND

05/11/2022

1141545

Santa Rosa County SO

SPENCER,RAYMOND,L

THOMPSON

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:31

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:35

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:14:0211/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:47

13:04

Santa Rosa County SO

CLARK,STEPHEN

05/11/2022

1141545

Santa Rosa County SO

CLARK,STEPHEN,F

HABEL

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:07

0.000Air Blank 14:07

0.081Control Test 14:08

0.000Air Blank 14:08

# 1 0.230Subject Sample 14:09

2.937Breath Volume 14:09

0.000Air Blank 14:10

0.000Air Blank 14:11

# 2 0.218Subject Sample 14:12

2.617Breath Volume 14:12

0.000Air Blank 14:13

0.079Control Test 14:13

0.000Air Blank 14:13

OKDiagnostics Check 14:14

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:1311/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:42

Santa Rosa County SO

CHAPMAN,MAVERICK

05/11/2022

1141545

Santa Rosa County SO

CHAPMAN,MAVERICK,E

MCKENZIE

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.081Control Test 23:32

0.000Air Blank 23:33

# 1 0.224Subject Sample 23:34

2.023Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2Subject Sample 23:40 No Sample Provided

0.000Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 3 0.214Subject Sample 23:43

1.316Breath Volume 23:43

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:1011/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:23

FHP Troop A

DAVIS,KAYLAN

05/11/2022

1141545

FHP Troop A

DAVIS,KAYLAN,A

SHIELDS

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.081Control Test 21:28

0.000Air Blank 21:29

# 1 0.256Subject Sample 21:30

1.367Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.235Subject Sample 21:33

1.343Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 3 0.241Subject Sample 21:36

1.113Breath Volume 21:36

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:3011/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:03

Santa Rosa County SO

SPENCER,RAYMOND

05/11/2022

1141545

Santa Rosa County SO

SPENCER,RAYMOND,L

REED

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.080Control Test 01:13

0.000Air Blank 01:13

# 1 0.159Subject Sample 01:14

2.250Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.162Subject Sample 01:18

2.058Breath Volume 01:18

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:1211/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

04:07

Santa Rosa County SO

SPENCER,RAYMOND

05/11/2022

1141545

Santa Rosa County SO

SPENCER,RAYMOND,L

JOHNSON

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:16

0.079Control Test 06:16

0.000Air Blank 06:17

# 1Subject Sample 06:18 Subject Test Refused

0.000Breath Volume 06:18

0.000Air Blank 06:19

0.080Control Test 06:19

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:1311/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:07

Santa Rosa County SO

HARVOTH,DANIEL

05/11/2022

1141545

Santa Rosa County SO

HARVOTH,DANIEL,P

CHURCHWARD

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:12

# 1Subject Sample 00:15 No Sample Provided

0.000Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2Subject Sample 00:17 Subject Test Refused

0.000Breath Volume 00:17

0.000Air Blank 00:18

0.081Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:0711/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:06

Santa Rosa County SO

SPENCER,RAYMOND

05/11/2022

1141545

Santa Rosa County SO

SPENCER,RAYMOND,L

ADAMS

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.139Subject Sample 03:33

3.492Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.143Subject Sample 03:36

4.335Breath Volume 03:36

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:2611/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:35

Santa Rosa County SO

GUNTER,REGEN

05/11/2022

1141545

Santa Rosa County SO

GUNTER,REGEN,B

GRIFFITH

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:42

0.000Air Blank 19:42

0.081Control Test 19:42

0.000Air Blank 19:43

# 1 0.000Subject Sample 19:44

2.347Breath Volume 19:44

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.000Subject Sample 19:47

1.753Breath Volume 19:47

0.000Air Blank 19:47

0.080Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 11/26/2019 20:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:06:2011/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:43

05:17

FHP Troop A

LEWIS,TIMOTHY

06/16/2020

AG816701

FHP Troop A

LEWIS,TIMOTHY,B

REYNOLDS

10/29/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:03

0.000Air Blank 07:03

0.081Control Test 07:04

0.000Air Blank 07:04

# 1Subject Sample 07:04 Subject Test Refused

0.000Breath Volume 07:04

0.000Air Blank 07:05

0.081Control Test 07:05

0.000Air Blank 07:06

OKDiagnostics Check 07:06

Data Download Date/Time: 11/26/2019 16:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:1211/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:45

Bay County SO

MERRITT,DAKOTA

06/16/2020

AG816701

Bay County SO

MERRITT,DAKOTA,A

REYES

10/29/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.080Control Test 19:22

0.000Air Blank 19:23

# 1 0.254Subject Sample 19:24

1.421Breath Volume 19:24

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.249Subject Sample 19:27

1.207Breath Volume 19:27

0.000Air Blank 19:28

0.080Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 11/26/2019 16:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:3911/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:45

Bay County SO

MERRITT,DAKOTA

06/16/2020

AG816701

Bay County SO

MERRITT,DAKOTA,A

REYES

10/29/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.079Control Test 19:38

0.000Air Blank 19:38

# 1 0.221Subject Sample 19:39

1.453Breath Volume 19:39

0.000Air Blank 19:40

0.000Air Blank 19:42

# 2 0.235Subject Sample 19:43

1.855Breath Volume 19:43

0.000Air Blank 19:43

0.079Control Test 19:44

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 11/26/2019 16:48

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:1711/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:29

16:29

Panama City Beach PD

THOMAS,STEPHANIE

06/16/2020

AG816701

Panama City Beach PD

THOMAS,STEPHANIE,N

WHITE

11/26/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.079Control Test 17:54

0.000Air Blank 17:55

# 1Subject Sample 17:55 Subject Test Refused

0.000Breath Volume 17:55

0.000Air Blank 17:56

0.080Control Test 17:56

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 12/23/2019 11:39

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:1411/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:43

Bay County SO

MATHIS,MARKEVIS

06/16/2020

AG816701

Bay County SO

MERRITT,DAKOTA,A

CARTER

11/26/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.080Control Test 05:11

0.000Air Blank 05:12

# 1 0.116Subject Sample 05:12

1.937Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.113Subject Sample 05:15

1.753Breath Volume 05:15

0.000Air Blank 05:16

0.081Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 12/23/2019 11:39

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:05:2711/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:38

07:54

Niceville PD

CARRICO,KELLY

12/06/2020

869968

Niceville PD

EAKINS,SIERRA,M

EVANS

10/09/2019

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:58

0.000Air Blank 08:59

0.077Control Test 08:59

0.000Air Blank 08:59

# 1 0.000Subject Sample 09:00

2.394Breath Volume 09:00

0.000Air Blank 09:01

0.000Air Blank 09:03

# 2 0.000Subject Sample 09:04

1.906Breath Volume 09:04

0.000Air Blank 09:04

0.078Control Test 09:04

0.000Air Blank 09:05

OKDiagnostics Check 09:05

Data Download Date/Time: 11/13/2019 16:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:49:5111/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

15:20

Niceville PD

STONE,MICHAEL

12/06/2020

869968

Niceville PD

STONE,MICHAEL,T

KRAATZ

10/09/2019

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:46

0.000Air Blank 16:47

0.077Control Test 16:47

0.000Air Blank 16:48

# 1Subject Sample 16:48 Subject Test Refused

0.000Breath Volume 16:48

0.000Air Blank 16:48

0.077Control Test 16:49

0.000Air Blank 16:49

OKDiagnostics Check 16:49

Data Download Date/Time: 11/13/2019 16:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:0811/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:11

Valparaiso PD

LECUYER,JASON

12/06/2020

869968

Valparaiso PD

LECUYER,JASON,J

UNDERWOOD

11/13/2019

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:07

0.000Air Blank 06:07

0.078Control Test 06:08

0.000Air Blank 06:08

# 1 0.328Subject Sample 06:09

1.531Breath Volume 06:09

0.000Air Blank 06:09

0.000Air Blank 06:11

# 2 0.306Subject Sample 06:12

2.429Breath Volume 06:12

0.000Air Blank 06:13

0.000Air Blank 06:15

# 3 0.294Subject Sample 06:15

1.777Breath Volume 06:15

0.000Air Blank 06:16

0.076Control Test 06:16

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 12/12/2019 16:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:4211/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:52

Niceville PD

SPRAGUE,CHARLES

12/06/2020

869968

Niceville PD

NELSON,NELS,G

NELSON

11/13/2019

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.078Control Test 04:36

0.000Air Blank 04:37

# 1 0.258Subject Sample 04:37

1.191Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.238Subject Sample 04:41

1.773Breath Volume 04:41

0.000Air Blank 04:41

0.078Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 12/12/2019 16:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:3511/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

20:04

Niceville PD

STONE,MICHAEL

12/06/2020

869968

Niceville PD

STONE,MICHAEL,T

LONG JR

11/13/2019

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.077Control Test 20:43

0.000Air Blank 20:43

# 1 0.144Subject Sample 20:44

1.851Breath Volume 20:44

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.145Subject Sample 20:47

1.957Breath Volume 20:47

0.000Air Blank 20:47

0.077Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 12/12/2019 16:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:4111/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:11

FHP Troop A

ANDREW,MATTHEW

07/09/2021

980558

FHP Troop A

ANDREW,MATTHEW,A

HARLOW

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:44

0.000Air Blank 20:44

0.080Control Test 20:45

0.000Air Blank 20:45

# 1 0.146Subject Sample 20:46

1.445Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.145Subject Sample 20:50

1.253Breath Volume 20:50

0.000Air Blank 20:50

0.080Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 11/13/2019 23:44

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:4311/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:50

DeFuniak Springs PD

BOBLITT,R

07/09/2021

980558

DeFuniak Springs PD

SPANN,B,W

SHEFMAN

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

# 1Subject Sample 02:05 RFI Detect

0.292Breath Volume 02:05

0.000Air Blank 02:06

0.081Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 11/13/2019 23:44

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4111/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:50

DeFuniak Springs PD

BOBLITT,R

07/09/2021

980558

DeFuniak Springs PD

SPANN,B,W

SHEFMAN

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1 0.225Subject Sample 02:14 Volume Not Met

0.000Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:16

# 2 0.241Subject Sample 02:20 Volume Not Met

0.113Breath Volume 02:20

0.000Air Blank 02:20

0.077Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 11/13/2019 23:44

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:03:1111/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:25

10:20

Walton County SO

DENNING,LUKE

07/09/2021

980558

Walton County SO

DENNING,LUKE,

HOLLAND

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:57

0.000Air Blank 10:57

0.080Control Test 10:58

0.000Air Blank 10:58

# 1 0.000Subject Sample 10:59

2.417Breath Volume 10:59

0.000Air Blank 10:59

0.000Air Blank 11:01

# 2 0.000Subject Sample 11:01

2.917Breath Volume 11:01

0.000Air Blank 11:02

0.078Control Test 11:02

0.000Air Blank 11:03

OKDiagnostics Check 11:03

Data Download Date/Time: 11/13/2019 23:44

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:1211/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:45

Walton County SO

WHITAKER,JOHNNY

07/09/2021

980558

FHP Troop A

SALAS,LUIS,E

VELASQUEZ MENDOZA

11/13/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:01

0.000Air Blank 18:02

0.080Control Test 18:02

0.000Air Blank 18:03

# 1Subject Sample 18:06 No Sample Provided

0.000Breath Volume 18:06

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2Subject Sample 18:11 No Sample Provided

0.000Breath Volume 18:11

0.000Air Blank 18:12

0.080Control Test 18:12

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 12/30/2019 14:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:1811/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:03

Walton County SO

MCINTOSH,ZANE

07/09/2021

980558

Walton County SO

MCINTOSH,ZANE,R

TAYLOR

11/13/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:12

0.080Control Test 20:12

0.000Air Blank 20:13

# 1 0.067Subject Sample 20:14

1.296Breath Volume 20:14

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.066Subject Sample 20:17

2.523Breath Volume 20:17

0.000Air Blank 20:18

0.079Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 12/30/2019 14:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0211/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:18

Walton County SO

YOST,CRAIG

07/09/2021

980558

Walton County SO

FUGATE,MITCHELL,W

WILLIAMS

11/13/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

# 1 0.183Subject Sample 00:36 Volume Not Met

0.683Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:38

# 2 0.205Subject Sample 00:39

1.257Breath Volume 00:39

0.000Air Blank 00:40

Air Blank 00:41 Improper Sample

0.000Air Blank 00:42

0.078Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:43

Data Download Date/Time: 12/30/2019 14:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5411/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:18

Walton County SO

YOST,CRAIG

07/09/2021

980558

Walton County SO

FUGATE,MITCHELL,W

WILLIAMS

11/13/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.079Control Test 00:46

0.000Air Blank 00:46

# 1 0.190Subject Sample 00:49

2.367Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.190Subject Sample 00:52

2.007Breath Volume 00:52

0.000Air Blank 00:52

0.076Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 12/30/2019 14:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:0511/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:57

FHP Troop A

LOPEZ,CARLOS

07/09/2021

980558

FHP Troop A

LOPEZ,CARLOS,M

THOMPSON JR

11/13/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1 0.149Subject Sample 23:09

2.640Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.148Subject Sample 23:12

3.234Breath Volume 23:12

0.000Air Blank 23:13

0.080Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 12/30/2019 14:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:27:1611/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

10:37

Walton County SO

MAY,WILLIAM

03/05/2021

181692

Walton County SO

SIMPSON,TREY,A

GILES

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:22

0.000Air Blank 11:22

0.081Control Test 11:23

0.000Air Blank 11:23

# 1Subject Sample 11:25 Subject Test Refused

0.000Breath Volume 11:25

0.000Air Blank 11:26

0.082Control Test 11:26

0.000Air Blank 11:27

OKDiagnostics Check 11:27

Data Download Date/Time: 11/13/2019 23:23

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:37:5411/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

10:37

Walton County SO

MAY,WILLIAM

03/05/2021

181692

Walton County SO

SIMPSON,TREY,A

GILES

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:31

0.000Air Blank 11:32

0.080Control Test 11:32

0.000Air Blank 11:32

# 1 0.256Subject Sample 11:33

1.898Breath Volume 11:33

0.000Air Blank 11:34

0.000Air Blank 11:35

# 2 0.246Subject Sample 11:36

1.902Breath Volume 11:36

0.000Air Blank 11:36

0.080Control Test 11:37

0.000Air Blank 11:37

OKDiagnostics Check 11:37

Data Download Date/Time: 11/13/2019 23:23

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:4111/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

17:57

Walton County SO

YOST,CRAIG

03/05/2021

181692

Walton County SO

PULLINGS,ALLEN,C

BLOUNT

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:49

0.000Air Blank 18:49

0.080Control Test 18:49

0.000Air Blank 18:50

# 1 0.207Subject Sample 18:51

1.289Breath Volume 18:51

0.000Air Blank 18:52

0.000Air Blank 18:53

# 2 0.200Subject Sample 18:55

1.671Breath Volume 18:55

0.000Air Blank 18:55

0.080Control Test 18:56

0.000Air Blank 18:56

OKDiagnostics Check 18:56

Data Download Date/Time: 11/13/2019 23:23

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:1611/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:31

Walton County SO

CREAMER,REMINGTON

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

RAMIREZ-ALMARAZ

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:24

# 1 0.199Subject Sample 22:24

2.679Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.202Subject Sample 22:27

3.281Breath Volume 22:27

0.000Air Blank 22:28

0.078Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 11/13/2019 23:23

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1711/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:23

Walton County SO

CREAMER,REMINGTON

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

MIRAFUENTES-GARCIA

11/13/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.082Control Test 04:02

0.000Air Blank 04:03

# 1 0.094Subject Sample 04:04

1.265Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.068Subject Sample 04:10 Volume Not Met

0.480Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 3 0.087Subject Sample 04:14

1.492Breath Volume 04:14

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 12/30/2019 14:53

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:4311/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:30

Walton County SO

JOSLIN,STANLEY

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

MUNGUIA-MUNGUIA

11/13/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.080Control Test 04:14

0.000Air Blank 04:14

# 1 0.189Subject Sample 04:15

2.476Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.180Subject Sample 04:19

1.500Breath Volume 04:19

0.000Air Blank 04:19

0.079Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 12/30/2019 14:53

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:2111/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:31

Okeechobee County SO

LACERTE,JOEL

01/15/2022

1076482

Okeechobee County SO

NICHOLSON,HORACE,O

SNOW

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:25

# 1 0.156Subject Sample 04:25

1.777Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.149Subject Sample 04:28

1.765Breath Volume 04:28

0.000Air Blank 04:29

0.078Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 11/06/2019 09:44

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4411/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:11

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

JAIMES

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:43

# 1 0.205Subject Sample 01:44

2.902Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.189Subject Sample 01:47

1.148Breath Volume 01:47

0.000Air Blank 01:47

0.080Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 11/06/2019 09:44

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:35:3211/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:08

14:53

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

TANNER

11/06/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:28

0.000Air Blank 15:29

0.080Control Test 15:29

0.000Air Blank 15:29

# 1 0.283Subject Sample 15:30

3.167Breath Volume 15:30

0.000Air Blank 15:31

0.000Air Blank 15:33

# 2 0.282Subject Sample 15:33

3.417Breath Volume 15:33

0.000Air Blank 15:34

0.080Control Test 15:34

0.000Air Blank 15:35

OKDiagnostics Check 15:35

Data Download Date/Time: 12/03/2019 10:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:50:1311/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:21

16:37

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

HULBERT

11/06/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.081Control Test 17:42

0.000Air Blank 17:42

# 1 0.226Subject Sample 17:43

1.601Breath Volume 17:43

0.000Air Blank 17:43

0.000Air Blank 17:45

# 2 0.223Subject Sample 17:48

1.585Breath Volume 17:48

0.000Air Blank 17:49

0.080Control Test 17:49

0.000Air Blank 17:50

OKDiagnostics Check 17:50

Data Download Date/Time: 12/03/2019 10:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:0111/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:19

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

STALLWORTH

11/06/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.079Control Test 20:59

0.000Air Blank 20:59

# 1 0.297Subject Sample 21:01

1.929Breath Volume 21:01

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.285Subject Sample 21:04

1.519Breath Volume 21:04

0.000Air Blank 21:05

0.078Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:06

Data Download Date/Time: 12/03/2019 10:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2211/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:41

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

SANCHEZ

11/06/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

# 1 0.200Subject Sample 02:19

1.277Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:21

# 2 0.205Subject Sample 02:22

3.304Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 12/03/2019 10:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:2211/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:31

Okeechobee County SO

LACERTE,JOEL

01/15/2022

1076482

Okeechobee County SO

LACERTE,JOEL,T

RODRIGUEZ

11/06/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

# 1 0.131Subject Sample 04:18

4.527Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:20

# 2 0.130Subject Sample 04:21

4.726Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 12/03/2019 10:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:14:0011/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:47

06:49

Okeechobee County SO

WHITE,J

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

RIOS ALVAREZ

11/06/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:07

0.000Air Blank 08:08

0.081Control Test 08:08

0.000Air Blank 08:08

# 1 0.000Subject Sample 08:09

1.183Breath Volume 08:09

0.000Air Blank 08:09

0.000Air Blank 08:11

# 2 0.000Subject Sample 08:12

1.375Breath Volume 08:12

0.000Air Blank 08:13

0.081Control Test 08:13

0.000Air Blank 08:13

OKDiagnostics Check 08:14

Data Download Date/Time: 12/03/2019 10:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:5211/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:27

Okeechobee County SO

LACERTE,JOEL

01/15/2022

1076482

Okeechobee County SO

LACERTE,JOEL,T

ORDUNA ORDUNA

11/06/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:08

0.080Control Test 00:09

0.000Air Blank 00:09

# 1 0.204Subject Sample 00:12

2.328Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.214Subject Sample 00:16

2.898Breath Volume 00:16

0.000Air Blank 00:16

0.079Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 12/03/2019 10:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3211/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:29

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

BROOKS

11/06/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.081Control Test 02:02

0.000Air Blank 02:02

# 1 0.137Subject Sample 02:03

2.722Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.142Subject Sample 02:05

3.308Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 12/03/2019 10:12

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:1311/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:22

Port St. Lucie PD

RAHMAN,AISHA

04/05/2021

03519080A4

Port St. Lucie PD

GHOBRIAL,MARTIN,A

SHINGLEDECKER

10/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:12

0.080Control Test 20:13

0.000Air Blank 20:13

# 1 0.325Subject Sample 20:14

1.859Breath Volume 20:14

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.333Subject Sample 20:17

1.476Breath Volume 20:17

0.000Air Blank 20:18

0.075Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 11/23/2019 12:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:4311/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:48

Port St. Lucie PD

WILLIAMS,MICHAEL

04/05/2021

03519080A4

Port St. Lucie PD

WILLIAMS,MICHAEL,C

MATANANE

11/23/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.079Control Test 22:13

0.000Air Blank 22:13

# 1Subject Sample 22:16 No Sample Provided

0.000Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2Subject Sample 22:22 No Sample Provided

0.000Breath Volume 22:22

0.000Air Blank 22:22

0.080Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 12/30/2019 17:21

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2511/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:50

FHP Troop L

BROWN,CODY

07/02/2022

1167545

FHP Troop L

BROWN,CODY,L

DRIGGERS

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.080Control Test 00:25

0.000Air Blank 00:25

# 1 0.163Subject Sample 00:26

4.605Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.174Subject Sample 00:29

4.789Breath Volume 00:29

0.000Air Blank 00:30

0.078Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:1611/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

16:47

Indian River Co SO

JAWOISKI,K

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

KING

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.080Control Test 19:47

0.000Air Blank 19:47

# 1 0.077Subject Sample 19:48

1.238Breath Volume 19:48

Air Blank 19:48 RFI Detect

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:2411/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

16:47

Indian River Co SO

JAWOISKI,K

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

KING

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:57

0.080Control Test 19:57

0.000Air Blank 19:57

# 1Subject Sample 19:58 Subject Test Refused

0.000Breath Volume 19:58

0.000Air Blank 19:58

0.079Control Test 19:58

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2811/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:22

Vero Beach PD

PLUMB,GREG

07/02/2022

1167545

Vero Beach PD

GREEN,BRIAN,P

MOUX

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:1711/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:31

Indian River Co SO

MCKEON,A

07/02/2022

1167545

Fellsmere PD

SIGNORELLI,A,

GOMEZ

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.080Control Test 20:41

0.000Air Blank 20:41

# 1Subject Sample 20:41 Subject Test Refused

0.000Breath Volume 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:1711/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:42

Indian River Co SO

FERGUSON,M

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

GARCIA

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:35

0.079Control Test 21:35

0.000Air Blank 21:35

# 1 0.312Subject Sample 21:36

1.207Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.335Subject Sample 21:40

1.925Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 3 0.318Subject Sample 21:43

1.976Breath Volume 21:43

0.000Air Blank 21:44

0.078Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4411/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:19

Indian River Co SO

FERGUSON,M.

07/02/2022

1167545

Indian River Co SO

KEARSE,ANGIE,D

FISKE

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.227Subject Sample 02:05

2.312Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.221Subject Sample 02:08

2.171Breath Volume 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:3711/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:17

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

GRANDY,KEVIN,

STRIGL

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.080Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5511/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:14

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

GRANDY,KEVIN,

BRYANT

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

# 1 0.148Subject Sample 01:57

1.515Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.150Subject Sample 02:00

1.539Breath Volume 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:2211/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:25

Indian River Co SO

FLORES,D

07/02/2022

1167545

Indian River Co SO

HOLIDAY,LATONYA,A

STAS

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:32

# 1 0.140Subject Sample 00:33

1.750Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:35

# 2 0.135Subject Sample 00:36

1.691Breath Volume 00:36

0.000Air Blank 00:37

0.079Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:5111/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:35

Indian River Co SO

MCKENZIE,B

07/02/2022

1167545

Sebastian PD

WHILE,C,

BOWLIN

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

# 1Subject Sample 23:29 No Sample Provided

0.000Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2Subject Sample 23:32 Subject Test Refused

0.000Breath Volume 23:32

0.000Air Blank 23:32

0.080Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:3411/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:23

Indian River Co SO

FRICKE,J

07/02/2022

1167545

Indian River Co SO

WHILE,C,

FOX

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

# 1 0.134Subject Sample 22:07

1.140Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.134Subject Sample 22:11

1.593Breath Volume 22:11

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:2511/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:07

Indian River Co SO

DONSFIE,M

07/02/2022

1167545

Vero Beach PD

SIGNORELLI,A,

SAMBERG

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.079Control Test 22:06

0.000Air Blank 22:06

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.081Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5511/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:04

Indian River Co SO

DELEON,T

07/02/2022

1167545

Indian River Co SO

RAYMOND,FRANK,W

GONZALEZ

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

# 1 0.162Subject Sample 04:01

1.921Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.166Subject Sample 04:04

1.761Breath Volume 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 11/15/2019 05:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:03:1211/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

15:45

Indian River Co SO

GETCHELL,E

07/02/2022

1167545

Indian River Co SO

WHILE,C,

ONEILL

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:56

0.000Air Blank 16:57

0.080Control Test 16:57

0.000Air Blank 16:57

# 1 0.321Subject Sample 16:58

1.562Breath Volume 16:58

0.000Air Blank 16:59

0.000Air Blank 17:00

# 2 0.323Subject Sample 17:01

1.671Breath Volume 17:01

0.000Air Blank 17:02

0.080Control Test 17:02

0.000Air Blank 17:03

OKDiagnostics Check 17:03

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5811/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:27

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

KEARSE,ANGIE,D

OWEN

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:24

# 1 0.122Subject Sample 02:25

1.304Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:27

# 2 0.119Subject Sample 02:28

1.242Breath Volume 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:3111/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:11

Indian River Co SO

MCKENZIE,B

07/02/2022

1167545

Sebastian PD

RAYMOND,FRANK,W

AIKEY

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

# 1 0.033Subject Sample 04:23

1.769Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.032Subject Sample 04:27

1.335Breath Volume 04:27

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:5111/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:34

Indian River Co SO

MCKENZIE,BRANDON

07/02/2022

1167545

Sebastian PD

GRANDY,KEVIN,

MACHADO

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:2911/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:07

Vero Beach PD

SAUCIER,MORGAN

07/02/2022

1167545

Vero Beach PD

GREEN,BRIAN,P

ONEILL

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

# 1 0.210Subject Sample 00:57

2.187Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.207Subject Sample 00:59

1.699Breath Volume 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:1711/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:05

Indian River Co SO

BRANDER,OFFICER

07/02/2022

1167545

Sebastian PD

WILLIAMS,DEPUTY,T

SCHWAB

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:52

# 1 0.058Subject Sample 21:53

1.210Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.053Subject Sample 21:56

1.183Breath Volume 21:56

0.000Air Blank 21:57

0.079Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:1911/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:14

Sebastian PD

STANFORD,A

07/02/2022

1167545

Sebastian PD

WHILE,C,

WORONICK

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.189Subject Sample 22:31

2.503Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.181Subject Sample 22:34

2.488Breath Volume 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:48:5911/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

11:56

Indian River Co SO

HOFFMAN,DANIEL

07/02/2022

1167545

Indian River Co SO

KANE,JAMES,G

BOHLER

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:46

0.000Air Blank 12:46

0.080Control Test 12:47

0.000Air Blank 12:47

# 1Subject Sample 12:48 RFI Detect

0.000Breath Volume 12:48

Air Blank 12:48 RFI Detect

0.000Air Blank 12:48

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:57:5311/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

11:56

Indian River Co SO

HOFFMAN,DANIEL

07/02/2022

1167545

Indian River Co SO

KANE,JAMES,G

BOHLER

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:51

0.000Air Blank 12:52

0.080Control Test 12:52

0.000Air Blank 12:52

# 1 0.169Subject Sample 12:53

1.292Breath Volume 12:53

0.000Air Blank 12:54

0.000Air Blank 12:55

# 2 0.151Subject Sample 12:56

1.144Breath Volume 12:56

0.000Air Blank 12:56

0.080Control Test 12:57

0.000Air Blank 12:57

OKDiagnostics Check 12:57

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:44:2411/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:20

FHP Troop L

ISADA,CARLOS

07/02/2022

1167545

FHP Troop L

ISADA,CARLOS,J

OBERLANDER

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.074Control Test 18:43 Control Outside Tolerance

0.000Air Blank 18:44

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:5111/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:20

FHP Troop L

ISADA,CARLOS

07/02/2022

1167545

FHP Troop L

ISADA,CARLOS,J

OBERLANDER

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:46

0.080Control Test 18:46

0.000Air Blank 18:47

# 1 0.088Subject Sample 18:47

1.472Breath Volume 18:47

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.088Subject Sample 18:50

1.160Breath Volume 18:50

0.000Air Blank 18:50

0.080Control Test 18:51

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:0511/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:14

19:38

Indian River Co SO

INGRAM,J

07/02/2022

1167545

Sebastian PD

SIGNORELLI,A,

FOLKS

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

# 1 0.138Subject Sample 20:45

2.300Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.141Subject Sample 20:48

2.445Breath Volume 20:48

Air Blank 20:48 RFI Detect

0.000Air Blank 20:49

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1711/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:17

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

KING,SHAKAYLA,M

ELLIOT

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:57

# 1Subject Sample 03:01 No Sample Provided

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.150Subject Sample 03:06 Volume Not Met

0.218Breath Volume 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:1811/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:17

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

KING,SHAKAYLA,M

ELLIOT

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

# 1Subject Sample 03:12 Subject Test Refused

0.109Breath Volume 03:12

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:09:4511/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

15:22

Indian River Co SO

OREHOSTKY,G

07/02/2022

1167545

Indian River Co SO

WHILE,C,

LIENHARDT

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:03

0.000Air Blank 17:04

0.080Control Test 17:04

0.000Air Blank 17:05

# 1 0.000Subject Sample 17:05

3.011Breath Volume 17:05

0.000Air Blank 17:06

0.000Air Blank 17:08

# 2 0.000Subject Sample 17:08

2.738Breath Volume 17:08

0.000Air Blank 17:08

0.080Control Test 17:09

0.000Air Blank 17:09

OKDiagnostics Check 17:09

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:1811/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

18:09

Indian River Co SO

FARINACCI,A

07/02/2022

1167545

Indian River Co SO

WHILE,C,

MILES

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.079Control Test 21:02

0.000Air Blank 21:02

# 1Subject Sample 21:02 Subject Test Refused

0.000Breath Volume 21:02

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:2311/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:49

Indian River Co SO

FARINACCI,D

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

HERNANDEZ RODRIGUEZ

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:43

0.081Control Test 20:43

0.000Air Blank 20:44

# 1 0.218Subject Sample 20:45

2.246Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:47

# 2 0.220Subject Sample 20:48

1.992Breath Volume 20:48

0.000Air Blank 20:49

0.080Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:5811/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:03

Indian River Co SO

BRASHEARS,ERIC

07/02/2022

1167545

Indian River Co SO

GRANDY,KEVIN,

FUTCH

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

# 1Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:5411/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

17:55

Indian River Co SO

FLORES,D

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

THOMAS

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:36

0.000Air Blank 18:37

0.080Control Test 18:37

0.000Air Blank 18:38

# 1Subject Sample 18:38 Subject Test Refused

0.000Breath Volume 18:38

0.000Air Blank 18:38

0.080Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:0311/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:13

Indian River Co SO

RISPOIL,M

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

FRAZIER

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

# 1Subject Sample 22:19 Subject Test Refused

0.000Breath Volume 22:19

0.000Air Blank 22:20

0.081Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:21

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:2911/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

17:51

Indian River Co SO

FERGUSON,M

07/02/2022

1167545

Indian River Co SO

HISS,J,M

ORTIZ MARTI

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

# 1 0.136Subject Sample 18:45

3.050Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:48

# 2 0.137Subject Sample 18:48

3.269Breath Volume 18:48

0.000Air Blank 18:49

0.080Control Test 18:49

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:1311/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:15

Indian River Co SO

MCKENZIE,B

07/02/2022

1167545

Sebastian PD

WHILE,C,

BROWN

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:56

0.000Air Blank 18:56

0.080Control Test 18:56

0.000Air Blank 18:57

# 1 0.340Subject Sample 18:57

1.933Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.339Subject Sample 19:00

1.796Breath Volume 19:00

0.000Air Blank 19:01

0.079Control Test 19:01

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2811/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:10

Indian River Co SO

PENN,A

07/02/2022

1167545

Sebastian PD

HAMILTON,DEVIN,C

CARROLL

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

# 1 0.154Subject Sample 02:15 Volume Not Met

0.195Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:17

# 2 0.143Subject Sample 02:18

1.683Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 3 0.135Subject Sample 02:21

1.527Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:3911/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:14

Indian River Co SO

BRASHEARS,E

07/02/2022

1167545

Indian River Co SO

SWINDELL,CHRISTOPHER,E

LUNA GAMEZ

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.080Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:2111/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:01

Indian River Co SO

INGRAM,A

07/02/2022

1167545

Sebastian PD

WHILE,C,

JOHNSON

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:02

# 1Subject Sample 21:03 Subject Test Refused

0.000Breath Volume 21:03

0.000Air Blank 21:03

0.080Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0811/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:04

Indian River Co SO

MCKENZIE,BRANDON

07/02/2022

1167545

Sebastian PD

OLIVER,CHRISTOPHER,

OLIVER

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.193Subject Sample 00:46

3.085Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.198Subject Sample 00:49

3.859Breath Volume 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:4411/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:28

Indian River Co SO

MCKENZIE,BRANDON

07/02/2022

1167545

Sebastian PD

GRANDY,KEVIN,

SUNDMAN

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

# 1 0.043Subject Sample 04:46

1.519Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.038Subject Sample 04:49

1.718Breath Volume 04:49

0.000Air Blank 04:49

0.079Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:2511/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:30

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

HAMILTON,DEVIN,C

SEJOURNE

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:41

0.080Control Test 05:41

0.000Air Blank 05:41

# 1 0.132Subject Sample 05:43

1.343Breath Volume 05:43

0.000Air Blank 05:43

0.000Air Blank 05:45

# 2 0.140Subject Sample 05:46

1.238Breath Volume 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:5311/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:44

Indian River Co SO

MCKENZIE,OFFICER

07/02/2022

1167545

Sebastian PD

WILLIAMS,DEPUTY,T

GLATZ

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.079Control Test 20:39

0.000Air Blank 20:39

# 1 0.157Subject Sample 20:40

1.449Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.156Subject Sample 20:44

1.285Breath Volume 20:44

0.000Air Blank 20:44

0.079Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:2011/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:01

Vero Beach PD

SAUCIER,MORGAN

07/02/2022

1167545

Vero Beach PD

GREEN,BRIAN,P

LITWILER

11/15/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

# 1Subject Sample 23:50 Subject Test Refused

0.000Breath Volume 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 12/13/2019 06:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:5711/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:27

DeSoto County SO

BAKER,DUSTIN

01/05/2020

31517080A1

DeSoto County SO

ORTIZ,ROBERTO,R

RAMOS

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:06

# 1 0.289Subject Sample 21:06

2.242Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.312Subject Sample 21:09

3.175Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:11

# 3 0.305Subject Sample 21:12

2.562Breath Volume 21:12

0.000Air Blank 21:13

0.079Control Test 21:13

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2011/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:08

DeSoto County SO

SANTANA,ELIO

01/05/2020

31517080A1

Arcadia PD

DAVIS,JOHN,P

JENNINGS

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:52 Subject Test Refused

0.000Breath Volume 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:28:2511/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:55

12:09

DeSoto County SO

VASQUEZ,BRYANT

01/05/2020

31517080A1

DeSoto County SO

FILIPOWICZ,KEVIN,M

LAZARO

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:22

0.000Air Blank 13:22

0.081Control Test 13:22

0.000Air Blank 13:23

# 1 0.268Subject Sample 13:23

1.664Breath Volume 13:23

0.000Air Blank 13:24

0.000Air Blank 13:26

# 2 0.259Subject Sample 13:26

1.320Breath Volume 13:26

0.000Air Blank 13:27

0.080Control Test 13:27

0.000Air Blank 13:28

OKDiagnostics Check 13:28

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:3611/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

04:34

DeSoto County SO

MAR,JOSE

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

SANCHEZ

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.081Control Test 05:13

0.000Air Blank 05:14

# 1 0.173Subject Sample 05:15

3.175Breath Volume 05:15

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.173Subject Sample 05:18

2.917Breath Volume 05:18

0.000Air Blank 05:18

0.080Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:3411/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:39

DeSoto County SO

COKER,BRYANT

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

HERNANDEZ

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.080Control Test 01:23

Air Blank 01:24 Improper Sample

0.000Air Blank 01:24

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:0611/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:39

DeSoto County SO

COKER,BRYANT

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

HERNANDEZ

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.283Subject Sample 01:32 Volume Not Met

0.054Breath Volume 01:32

0.000Air Blank 01:33

Air Blank 01:34 RFI Detect

Air Blank 01:34 RFI Detect

0.000Air Blank 01:35

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4311/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:39

DeSoto County SO

COKER,BRYANT

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

HERNANDEZ

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:40

# 1Subject Sample 01:40 Subject Test Refused

0.000Breath Volume 01:40

0.000Air Blank 01:40

0.080Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:3911/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

11:38

DeSoto County SO

MCLAUGHLIN,TERRENCE

01/05/2020

31517080A1

FHP Troop F

DAVIS,JOHN,P

MENDEZ

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.081Control Test 01:58

0.000Air Blank 01:59

# 1Subject Sample 01:59 Subject Test Refused

0.000Breath Volume 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:1511/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:28

DeSoto County SO

ALBRITTON,JAMES

01/05/2020

31517080A1

DeSoto County SO

ORTIZ,ROBERTO,R

FELTY

10/22/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:10

# 1 0.122Subject Sample 21:13 Volume Not Met

0.117Breath Volume 21:13

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.113Subject Sample 21:16

1.527Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 3 0.113Subject Sample 21:19

1.292Breath Volume 21:19

0.000Air Blank 21:20

0.080Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 11/26/2019 13:22

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:2911/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:29

DeSoto County SO

GAMMAD,GARY

11/05/2021

24119080A1

Arcadia PD

DAVIS,JOHN,P

HILL

11/26/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:22

# 1 0.155Subject Sample 22:23

3.199Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.148Subject Sample 22:27

2.480Breath Volume 22:27

0.000Air Blank 22:27

0.081Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 12/26/2019 12:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:0911/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:05

DeSoto County SO

MCLAUGHLIN,TERRENCE

11/05/2021

24119080A1

FHP Troop F

DAVIS,JOHN,P

MILLER

11/26/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.082Control Test 22:41

0.000Air Blank 22:41

# 1Subject Sample 22:41 Subject Test Refused

0.000Breath Volume 22:41

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 12/26/2019 12:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2811/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:00

DeSoto County SO

BAKER,DUSTIN

11/05/2021

24119080A1

DeSoto County SO

ORTIZ,ROBERTO,R

MCCLELLAND

11/26/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:53

# 1Subject Sample 23:54 Subject Test Refused

0.000Breath Volume 23:54

0.000Air Blank 23:54

0.081Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 12/26/2019 12:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:17:3711/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

03:17

FHP Troop F

ACOSTA-
BURGOS,KASSANDRA

08/05/2021

17919080A2

FHP Troop F

ACOSTA-BURGOS,KASSANDRA,J

CAIN

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:11

0.000Air Blank 07:11

0.079Control Test 07:12

0.000Air Blank 07:12

# 1 0.140Subject Sample 07:13

2.355Breath Volume 07:13

0.000Air Blank 07:13

0.000Air Blank 07:15

# 2 0.131Subject Sample 07:16

2.796Breath Volume 07:16

0.000Air Blank 07:16

0.077Control Test 07:17

0.000Air Blank 07:17

OKDiagnostics Check 07:17

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:0511/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:26

Sarasota County SO

HUDGINS,G

08/05/2021

17919080A2

Sarasota PD

FLYNN,MICHAEL,T

HENRY

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:35

# 1 0.051Subject Sample 00:36

1.781Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.051Subject Sample 00:39

1.933Breath Volume 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1811/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:31

Sarasota County SO

BUTLER,CHRIS

08/05/2021

17919080A2

Sarasota County SO

BUTLER,CHRIS,T

JOHNSON

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

# 1 0.344Subject Sample 03:30

1.890Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.336Subject Sample 03:33

1.343Breath Volume 03:33

0.000Air Blank 03:34

0.078Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:4211/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:01

Sarasota County SO

SKINNER,D

08/05/2021

17919080A2

Venice PD

NAMORS,JASON,R

TROYER

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:24

# 1 0.121Subject Sample 04:24

1.863Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.121Subject Sample 04:28

1.953Breath Volume 04:28

0.000Air Blank 04:28

0.079Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:4311/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:45

Sarasota County SO

BRENCKLE,DEPUTY

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEPUTY,T

BELL

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.079Control Test 22:48

0.000Air Blank 22:48

# 1 0.191Subject Sample 22:49

1.664Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:51

# 2 0.205Subject Sample 22:52

1.820Breath Volume 22:52

0.000Air Blank 22:52

0.079Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:1311/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:53

Sarasota County SO

SCHALE,CHRIS

08/05/2021

17919080A2

Sarasota County SO

SCHALE,CHRIS,A

KING

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:44

# 1 0.232Subject Sample 23:44

3.730Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.233Subject Sample 23:47

4.054Breath Volume 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1611/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:46

Sarasota PD

PERKINS,OFC

08/05/2021

17919080A2

Sarasota PD

PERKINS,OFC,W

MATUTE

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.067Subject Sample 03:30

3.289Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.066Subject Sample 03:33

3.105Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:49:3611/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:18

11:12

Sarasota County SO

RICHARDS,OFFICER

08/05/2021

17919080A2

North Port PD

ROSS,MICHAEL,K

SAUER

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:43

0.000Air Blank 12:43

0.079Control Test 12:43

0.000Air Blank 12:44

# 1 0.184Subject Sample 12:44

4.726Breath Volume 12:44

0.000Air Blank 12:45

0.000Air Blank 12:47

# 2 0.184Subject Sample 12:48

5.050Breath Volume 12:48

0.000Air Blank 12:48

0.079Control Test 12:48

0.000Air Blank 12:49

OKDiagnostics Check 12:49

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3711/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:39

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

FLYNN,M,T

DENNER

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

# 1 0.211Subject Sample 03:35

2.855Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.205Subject Sample 03:37

2.167Breath Volume 03:37

0.000Air Blank 03:38

0.078Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:0411/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

06:10

Sarasota County SO

CHAPMAN,SPD

08/05/2021

17919080A2

Sarasota PD

GELLER,DEBORAH,A

PALMER

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:58

0.000Air Blank 06:59

0.079Control Test 06:59

0.000Air Blank 07:00

# 1 0.000Subject Sample 07:00

1.507Breath Volume 07:00

0.000Air Blank 07:01

0.000Air Blank 07:03

# 2 0.000Subject Sample 07:03

1.675Breath Volume 07:03

0.000Air Blank 07:04

0.080Control Test 07:04

0.000Air Blank 07:04

OKDiagnostics Check 07:05

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:40:1511/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:12

06:35

Sarasota County SO

PUFAHL,G

08/05/2021

17919080A2

Sarasota County SO

PUFAHL,G,

SMALLWOOD

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 07:33

0.000Air Blank 07:34

0.079Control Test 07:34

0.000Air Blank 07:35

# 1 0.000Subject Sample 07:35

3.296Breath Volume 07:35

0.000Air Blank 07:36

0.000Air Blank 07:38

# 2 0.000Subject Sample 07:38

2.539Breath Volume 07:38

0.000Air Blank 07:39

0.079Control Test 07:39

0.000Air Blank 07:40

OKDiagnostics Check 07:40

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:1911/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:24

FHP Troop F

WATSON,D

08/05/2021

17919080A2

FHP Troop F

WATSON,DANIEL,L

MORAZ

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:11

# 1 0.212Subject Sample 00:11

1.691Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.212Subject Sample 00:14

1.914Breath Volume 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:0711/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:50

North Port PD

SOLTIS,TONY

08/05/2021

17919080A2

North Port PD

BOETGER,ELI,L

GIVENS

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:03

# 1 0.138Subject Sample 04:04

1.511Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.147Subject Sample 04:07

2.250Breath Volume 04:07

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4511/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

12:23

FHP Troop F

ACOSTA-
BURGOS,KASSANDRA

08/05/2021

17919080A2

FHP Troop F

ACOSTA-BURGOS,KASSANDRA,J

HALL

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:4411/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:07

Sarasota County SO

BARR,J

08/05/2021

17919080A2

Sarasota County SO

BARR,J,S

LECHUGALARA

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:59

# 1 0.205Subject Sample 23:00

1.968Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:02

# 2 0.208Subject Sample 23:04

2.101Breath Volume 23:04

0.000Air Blank 23:04

0.080Control Test 23:05

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:1811/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

03:51

FHP Troop F

ACOSTA-
BURGOS,KASSANDRA

08/05/2021

17919080A2

FHP Troop F

ACOSTA-BURGOS,KASSANDRA,J

VELICHKO

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:25

0.000Air Blank 05:26

0.080Control Test 05:26

0.000Air Blank 05:27

# 1 0.221Subject Sample 05:27

1.765Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.213Subject Sample 05:30

2.113Breath Volume 05:30

0.000Air Blank 05:31

0.078Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:0311/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:50

Sarasota County SO

BRENCKLE,DEPUTY

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEPUTY,T

QUINN

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1 0.000Subject Sample 00:37

2.746Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.000Subject Sample 00:40

2.734Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:42

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2411/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:20

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

FLYNN,MICHAEL,T

AHMANN

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.078Control Test 22:48

0.000Air Blank 22:49

# 1 0.122Subject Sample 22:49

2.167Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.121Subject Sample 22:52

2.238Breath Volume 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3611/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

20:33

Sarasota County SO

BOWERS,JOSEPH

08/05/2021

17919080A2

Sarasota County SO

BOWERS,DEPUTY,J

LEWIS JR

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:06

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:5511/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:38

Sarasota County SO

SHAPIRO,OFC

08/05/2021

17919080A2

Sarasota PD

RODRIGUEZ,DANIEL,

MCCAULEY

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

# 1 0.179Subject Sample 02:35

1.277Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:37

# 2 0.173Subject Sample 02:38

2.406Breath Volume 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:0411/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:05

Sarasota County SO

BRENCKLE,DEPUTY

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEPUTY,T

ELIAS

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.203Subject Sample 01:44

2.156Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.196Subject Sample 01:47

2.039Breath Volume 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:49

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1811/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:09

Sarasota County SO

BELL,DEPUTY

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEPUTY,T

SINGLETON

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.079Control Test 01:52

0.000Air Blank 01:52

# 1 0.184Subject Sample 01:53

1.292Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.175Subject Sample 01:56

2.035Breath Volume 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:4711/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:05

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

FLYNN,M,T

HERNANDEZ

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:44

# 1 0.171Subject Sample 04:45

1.734Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.157Subject Sample 04:48

1.847Breath Volume 04:48

0.000Air Blank 04:48

0.078Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:0111/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:39

Sarasota County SO

ATWELL,J

08/05/2021

17919080A2

Venice PD

FLYNN,M,T

LABONTE

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

# 1 0.154Subject Sample 00:51

2.601Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.153Subject Sample 00:54

1.910Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:56

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:5111/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

00:17

Sarasota County SO

GRAHLING,JACK

08/05/2021

17919080A2

Sarasota PD

FARLEY,STEVEN,P

MAUSER

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:19

# 1 0.164Subject Sample 02:23 Volume Not Met

0.699Breath Volume 02:23

Air Blank 02:23 RFI Detect

0.000Air Blank 02:23

0.080Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5911/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

00:17

Sarasota County SO

GRALING,JACK

08/05/2021

17919080A2

Sarasota PD

FARLEY,STEVEN,P

MAUSER

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.078Control Test 02:28

0.000Air Blank 02:28

# 1 0.156Subject Sample 02:31

1.804Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.155Subject Sample 02:34

1.656Breath Volume 02:34

0.000Air Blank 02:35

0.077Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:41:0711/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:02

Sarasota County SO

BOWERS,JOSEPH

08/05/2021

17919080A2

Sarasota County SO

BOWERS,DEPUTY,J

YAHNKE

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:34

0.000Air Blank 17:35

0.080Control Test 17:35

0.000Air Blank 17:36

# 1 0.146Subject Sample 17:36

1.550Breath Volume 17:36

0.000Air Blank 17:37

0.000Air Blank 17:39

# 2 0.146Subject Sample 17:39

1.531Breath Volume 17:39

0.000Air Blank 17:40

0.079Control Test 17:40

0.000Air Blank 17:41

OKDiagnostics Check 17:41

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:5111/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:51

FHP Troop F

CANTWELL,J

08/05/2021

17919080A2

FHP Troop F

CANTWELL,J,

GARCIA IBARRA

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.206Subject Sample 02:22

1.226Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.204Subject Sample 02:25

2.289Breath Volume 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0211/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:50

Sarasota County SO

BELL,DEPUTY

08/05/2021

17919080A2

Sarasota County SO

MENDEZ,DEPUTY,C

DELEON

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

# 1 0.000Subject Sample 03:31

3.792Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.000Subject Sample 03:34

1.441Breath Volume 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:36

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2111/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

20:55

Sarasota County SO

BOWERS,JOSEPH

08/05/2021

17919080A2

Sarasota County SO

BOWERS,DEPUTY,J

BOUSMAN

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

# 1 0.226Subject Sample 22:43

2.730Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.214Subject Sample 22:46

2.316Breath Volume 22:46

0.000Air Blank 22:47

0.078Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:16:4411/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:50

07:52

FHP Troop F

FLOW,JOSHUA

08/05/2021

17919080A2

FHP Troop F

HAEUSSLER,BRETT,W

TORRES

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:10

0.000Air Blank 10:11

0.080Control Test 10:11

0.000Air Blank 10:11

# 1 0.000Subject Sample 10:12

1.843Breath Volume 10:12

0.000Air Blank 10:12

0.000Air Blank 10:14

# 2 0.000Subject Sample 10:15

1.863Breath Volume 10:15

0.000Air Blank 10:15

0.080Control Test 10:16

0.000Air Blank 10:16

OKDiagnostics Check 10:16

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:0911/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:53

Sarasota County SO

BARR,J

08/05/2021

17919080A2

Sarasota County SO

BARR,J,S

NICOSIA

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

# 1 0.148Subject Sample 01:06

2.742Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.144Subject Sample 01:09

3.417Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:4111/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:41

Sarasota County SO

FLINT,SERGEANT

08/05/2021

17919080A2

Sarasota County SO

FLINT,SERGEANT,C

VASQUEZ-MELGHEM

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

Air Blank 02:17 RFI Detect

0.000Air Blank 02:17

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2611/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:41

Sarasota County SO

FLINT,SERGEANT

08/05/2021

17919080A2

Sarasota County SO

FLINT,SERGEANT,C

VASQUEZ-MELGHEM

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:20

0.000Air Blank 02:20

# 1 0.189Subject Sample 02:22

2.105Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.188Subject Sample 02:25

1.234Breath Volume 02:25

0.000Air Blank 02:26

0.077Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:58:5011/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:31

09:10

Sarasota County SO

FELTOVIC,DEP

08/05/2021

17919080A2

Sarasota County SO

FELTOVIC,DEP,M

STRINGER

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:52

0.000Air Blank 09:53

0.080Control Test 09:53

0.000Air Blank 09:54

# 1 0.156Subject Sample 09:54

3.863Breath Volume 09:54

0.000Air Blank 09:55

0.000Air Blank 09:56

# 2 0.146Subject Sample 09:57

3.132Breath Volume 09:57

0.000Air Blank 09:57

0.079Control Test 09:58

0.000Air Blank 09:58

OKDiagnostics Check 09:58

Data Download Date/Time: 11/26/2019 08:27

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:5411/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:18

Sarasota County SO

BUTLER,CHRIS

08/05/2021

17919080A2

Sarasota County SO

BUTLER,CHRIS,T

CRAIG

11/26/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

# 1 0.000Subject Sample 23:38

1.625Breath Volume 23:38

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.000Subject Sample 23:41

1.503Breath Volume 23:41

0.000Air Blank 23:41

0.081Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 12/18/2019 10:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2211/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:41

Sarasota County SO

ECKERT,GABE

08/05/2021

17919080A2

Sarasota County SO

FARLEY,STEVEN,P

ENTREKIN

11/26/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

# 1Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 12/18/2019 10:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:2711/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:13

FHP Troop F

LEDFORD,TAYLOR

08/05/2021

17919080A2

FHP Troop F

LEDFORD,TAYLOR,M

CRUZ-GONZALEZ

11/26/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.079Control Test 03:45

0.000Air Blank 03:45

# 1 0.114Subject Sample 03:46

1.687Breath Volume 03:46

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.123Subject Sample 03:48

1.511Breath Volume 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 12/18/2019 10:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:24:3911/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:45

04:09

Sarasota County SO

SHAPIRO,OFC

08/05/2021

17919080A2

Sarasota PD

LUBRANO,DEPUTY,

ALVARADO

11/26/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:18

0.000Air Blank 08:18

0.080Control Test 08:19

0.000Air Blank 08:19

# 1 0.171Subject Sample 08:20

2.820Breath Volume 08:20

0.000Air Blank 08:20

0.000Air Blank 08:22

# 2 0.173Subject Sample 08:23

3.429Breath Volume 08:23

0.000Air Blank 08:23

0.080Control Test 08:24

0.000Air Blank 08:24

OKDiagnostics Check 08:24

Data Download Date/Time: 12/18/2019 10:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:0211/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:50

Sarasota County SO

BRENCKLE,DEPUTY

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEPUTY,T

DUFRESNE

11/26/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.000Subject Sample 03:32

3.351Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.000Subject Sample 03:35

2.722Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:37

Data Download Date/Time: 12/18/2019 10:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:1711/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:35

Eustis PD

WILLIAMS,AUSTIN

10/12/2021

1031121

Eustis PD

HACKETT,SEAN,J

WILSON

10/20/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:26

0.080Control Test 19:26

0.000Air Blank 19:27

# 1Subject Sample 19:30 No Sample Provided

0.000Breath Volume 19:30

0.000Air Blank 19:30

0.000Air Blank 19:32

# 2Subject Sample 19:35 No Sample Provided

0.000Breath Volume 19:35

0.000Air Blank 19:36

0.081Control Test 19:36

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 11/17/2019 11:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:1011/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

18:35

Eustis PD

WILLIAMS,AUSTIN

10/12/2021

1031121

Eustis PD

HACKETT,SEAN,J

WILSON

10/20/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.081Control Test 19:56

0.000Air Blank 19:56

# 1Subject Sample 19:56 Subject Test Refused

0.000Breath Volume 19:56

0.000Air Blank 19:57

0.080Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 11/17/2019 11:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3811/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:34

Eustis PD

STARLING,WILLIAM

10/12/2021

1031121

Eustis PD

HACKETT,SEAN,J

CARTER

11/17/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.167Subject Sample 02:28

1.230Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.176Subject Sample 02:31

2.550Breath Volume 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 12/15/2019 13:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:0711/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

21:20

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

DUNN

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:42

# 1 0.167Subject Sample 21:46 Volume Not Met

1.003Breath Volume 21:46

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.159Subject Sample 21:51 Volume Not Met

0.039Breath Volume 21:51

0.000Air Blank 21:52

0.078Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 11/26/2019 08:25

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:3211/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

04:10

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

AGUILA SANDOVAL

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:31

# 1 0.185Subject Sample 04:32

2.820Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.184Subject Sample 04:35

1.972Breath Volume 04:35

0.000Air Blank 04:35

0.079Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 11/26/2019 08:25

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:1711/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

19:23

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

ROWLAND

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:47

0.080Control Test 19:47

0.000Air Blank 19:48

# 1 0.170Subject Sample 19:48

1.433Breath Volume 19:48

0.000Air Blank 19:49

0.000Air Blank 19:51

# 2 0.155Subject Sample 19:51

1.160Breath Volume 19:51

0.000Air Blank 19:52

0.080Control Test 19:52

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 11/26/2019 08:25

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:4411/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:32

Sarasota County SO

CANTWELL,J

06/05/2020

10818080A4

FHP Troop F

MILLER,DEP,R

CAMPBELL

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:42

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

# 1 0.138Subject Sample 21:44

1.808Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:46

# 2 0.137Subject Sample 21:47

1.625Breath Volume 21:47

0.000Air Blank 21:47

0.079Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 11/26/2019 08:25

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2611/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:29

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

LONG

11/26/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.229Subject Sample 02:52

1.277Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.223Subject Sample 02:54

1.433Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 12/18/2019 11:45

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2211/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:50

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

STELLWAGEN

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

# 1 0.083Subject Sample 04:02

1.984Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.085Subject Sample 04:05

2.394Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 11/26/2019 10:33

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1911/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:33

Sarasota County SO

ECKERT,G

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

COLAVITO

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

# 1 0.143Subject Sample 00:52

1.968Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.155Subject Sample 00:55

2.148Breath Volume 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 11/26/2019 10:33

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4511/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:32

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

DAVIS

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

# 1 0.118Subject Sample 03:57

1.859Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.133Subject Sample 04:00

3.035Breath Volume 04:00

0.000Air Blank 04:00

0.079Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 11/26/2019 10:33

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:4311/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:03

Sarasota County SO

ECKERT,G

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

RAMOS

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.078Control Test 19:32

0.000Air Blank 19:32

# 1Subject Sample 19:35 No Sample Provided

0.000Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:38

# 2Subject Sample 19:41 No Sample Provided

0.000Breath Volume 19:41

0.000Air Blank 19:41

0.079Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 11/26/2019 10:33

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0511/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:54

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

NICOSIA

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.078Control Test 00:06

0.000Air Blank 00:06

# 1Subject Sample 00:06 RFI Detect

0.000Breath Volume 00:06

Air Blank 00:06 RFI Detect

Air Blank 00:07 RFI Detect

Data Download Date/Time: 11/26/2019 10:33

14 February 2020

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0011/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:54

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

NICOSIA

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

Air Blank 00:08 RFI Detect

Air Blank 00:09 RFI Detect

Data Download Date/Time: 11/26/2019 10:33

14 February 2020

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3311/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:54

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

NICOSIA

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

Air Blank 00:10 RFI Detect

Air Blank 00:10 RFI Detect

Data Download Date/Time: 11/26/2019 10:33

14 February 2020

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3311/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:26

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

DAVILA

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.078Control Test 03:58

0.000Air Blank 03:58

# 1 0.197Subject Sample 03:59

1.503Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.178Subject Sample 04:02

1.292Breath Volume 04:02

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 11/26/2019 10:33

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:3811/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

00:09

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

CHAVIS

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.079Control Test 00:22

0.000Air Blank 00:22

# 1 0.203Subject Sample 00:23

3.503Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.204Subject Sample 00:26

3.132Breath Volume 00:26

0.000Air Blank 00:26

0.079Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 11/26/2019 10:33

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:5911/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:23

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

DANGLER

11/26/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.079Control Test 20:22

0.000Air Blank 20:22

# 1 0.322Subject Sample 20:23

3.812Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:25

# 2 0.334Subject Sample 20:26

3.730Breath Volume 20:26

0.000Air Blank 20:27

0.078Control Test 20:27

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 12/18/2019 11:00

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:0211/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:14

FHP Troop D

HITCHCOCK,WILLIAM

07/30/2022

1175968

FHP Troop D

HITCHCOCK,WILLIAM,D

WHITLEY

10/21/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.081Control Test 00:41

0.000Air Blank 00:42

# 1 0.190Subject Sample 00:42

1.777Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.203Subject Sample 00:45

2.617Breath Volume 00:45

0.000Air Blank 00:46

0.082Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:47

Data Download Date/Time: 11/27/2019 22:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:5711/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:31

FHP Troop D

HITCHCOCK,WILLIAM

07/30/2022

1175968

FHP Troop D

HITCHCOCK,WILLIAM,D

KEININGHAM

10/21/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:35

# 1 0.200Subject Sample 03:35

2.800Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.188Subject Sample 03:38

1.316Breath Volume 03:38

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 11/27/2019 22:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:2311/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:30

FHP Troop D

CARPENTER,BLAKE

07/30/2022

1175968

FHP Troop D

CARPENTER,BLAKE,E

LACKPAUL

10/21/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:37

0.000Air Blank 18:38

0.080Control Test 18:38

0.000Air Blank 18:39

# 1 0.000Subject Sample 18:40

1.171Breath Volume 18:40

0.000Air Blank 18:41

0.000Air Blank 18:43

# 2 0.000Subject Sample 18:44

1.121Breath Volume 18:44

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 11/27/2019 22:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:1311/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:35

FHP Troop D

BLAIR,TIMOTHY

07/30/2022

1175968

FHP Troop D

BLAIR,TIMOTHY,E

DSA

10/21/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:27

# 1 0.266Subject Sample 20:27

1.835Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.271Subject Sample 20:30

2.214Breath Volume 20:30

0.000Air Blank 20:31

0.079Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 11/27/2019 22:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:47:1011/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:13

10:36

FHP Troop D

WOLFF,ROSE

07/30/2022

1175968

FHP Troop D

WOLFF,ROSE,M

KEARNEY

11/27/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:39

0.000Air Blank 11:40

0.081Control Test 11:40

0.000Air Blank 11:40

# 1 0.000Subject Sample 11:42

1.695Breath Volume 11:42

0.000Air Blank 11:43

0.000Air Blank 11:45

# 2 0.000Subject Sample 11:45

1.804Breath Volume 11:45

0.000Air Blank 11:46

0.081Control Test 11:46

0.000Air Blank 11:47

OKDiagnostics Check 11:47

Data Download Date/Time: 01/02/2020 10:32

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:1111/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:39

Williston PD

PETERS,RICHARD

02/26/2020

AG805701

Williston PD

LANDIS,BRYAN,S

TYNDAL

11/23/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:49

0.079Control Test 21:49

0.000Air Blank 21:50

# 1 0.188Subject Sample 21:50

1.250Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.181Subject Sample 21:53

2.296Breath Volume 21:53

0.000Air Blank 21:54

0.078Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 12/16/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:1111/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

05:12

FHP Troop B

NETTLES,JONATHAN

02/26/2020

AG805701

FHP Troop B

NETTLES,JONATHAN,K

WISHAM

11/23/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:02

0.000Air Blank 18:03

0.079Control Test 18:03

0.000Air Blank 18:04

# 1 0.178Subject Sample 18:06

2.605Breath Volume 18:06

0.000Air Blank 18:07

0.000Air Blank 18:08

# 2 0.174Subject Sample 18:11 Volume Not Met

0.046Breath Volume 18:11

0.000Air Blank 18:13

0.000Air Blank 18:14

# 3 0.167Subject Sample 18:15

2.160Breath Volume 18:15

0.000Air Blank 18:16

0.074Control Test 18:16 Control Outside Tolerance

0.000Air Blank 18:17

Data Download Date/Time: 12/16/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:1311/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

09:20

FHP Troop B

NETTLES,JONATHAN

02/26/2020

AG805701

FHP Troop B

NETTLES,JONATHAN,K

NORWOOD

11/23/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:19

0.079Control Test 22:19

0.000Air Blank 22:20

# 1Subject Sample 22:21 Subject Test Refused

0.000Breath Volume 22:21

0.000Air Blank 22:22

0.079Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 12/16/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1511/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:32

Mayport Naval Base

POLLOCK,DEREK

03/05/2021

00919080A3

Mayport Naval Base

POLLOCK,DEREK,V

LAPPIN

11/21/2019

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

# 1 0.157Subject Sample 03:02

2.644Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.177Subject Sample 03:05

1.957Breath Volume 03:05

0.000Air Blank 03:06

0.078Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 11/25/2019 11:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:5911/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:58

FHP Troop G

BROWN,JASON

12/11/2021

1060911

FHP Troop G

BROWN,JASON,G

BENNETT

10/30/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:23

0.000Air Blank 18:23

0.081Control Test 18:23

0.000Air Blank 18:24

# 1Subject Sample 18:24 Subject Test Refused

0.000Breath Volume 18:24

0.000Air Blank 18:25

0.081Control Test 18:25

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 11/13/2019 11:23

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:1011/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:57

St. Augustine PD

MCELROY,FRANCIS

12/11/2021

1060911

St. John's County SO

CANNING,SEAN,D

BEAVER

11/13/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.081Control Test 22:46

0.000Air Blank 22:46

# 1 0.191Subject Sample 22:47

4.156Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.125Subject Sample 22:52 Volume Not Met

0.222Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 3 0.106Subject Sample 22:58 Volume Not Met

0.492Breath Volume 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 12/30/2019 12:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:2211/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:15

FHP Troop G

MONTGOMERY,KENNETH

12/11/2021

1060911

FHP Troop G

FONTENOT,DOMINIC,M

CADWALDER

11/13/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.081Control Test 03:15

0.000Air Blank 03:15

# 1 0.136Subject Sample 03:16

2.078Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.147Subject Sample 03:19

1.343Breath Volume 03:19

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 12/30/2019 12:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:15:5611/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:31

15:59

St. Augustine PD

BRIGGS,JASON

12/11/2021

1060911

St. John's County SO

CANNING,SEAN,D

BLACKFORD

11/13/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:09

0.000Air Blank 17:09

0.082Control Test 17:09

0.000Air Blank 17:10

# 1 0.238Subject Sample 17:11

4.355Breath Volume 17:11

0.000Air Blank 17:12

0.000Air Blank 17:13

# 2 0.223Subject Sample 17:14

3.292Breath Volume 17:14

0.000Air Blank 17:15

0.080Control Test 17:15

0.000Air Blank 17:15

OKDiagnostics Check 17:15

Data Download Date/Time: 12/30/2019 12:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5011/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:05

FHP Troop G

MONTGOMERY,KENNETH

12/11/2021

1060911

FHP Troop G

FONTENOT,DOMINIC,M

GOSSELIN

11/13/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.167Subject Sample 03:07

2.140Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.162Subject Sample 03:10

1.832Breath Volume 03:10

0.000Air Blank 03:10

0.081Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 12/30/2019 12:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1611/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:31

FHP Troop G

MILLS,SCOTT

12/11/2021

1060911

FHP Troop G

MILLS,SCOTT,T

PERREAULT

11/13/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

# 1 0.106Subject Sample 02:37

1.777Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.098Subject Sample 02:40

3.109Breath Volume 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 12/30/2019 12:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:16:0511/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:45

11:33

FHP Troop G

LIMA,MICHAEL

12/11/2021

1060911

FHP Troop G

LIMA,MICHAEL,A

BOSA

11/13/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:09

0.000Air Blank 14:09

0.082Control Test 14:10

0.000Air Blank 14:10

# 1 0.086Subject Sample 14:11

1.539Breath Volume 14:11

0.000Air Blank 14:12

0.000Air Blank 14:13

# 2 0.086Subject Sample 14:14

2.644Breath Volume 14:14

0.000Air Blank 14:15

0.082Control Test 14:15

0.000Air Blank 14:16

OKDiagnostics Check 14:16

Data Download Date/Time: 12/30/2019 12:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:1911/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:54

St. Augustine Beach

GIANNOTTA,DOMINIC

12/11/2021

1060911

St. Augustine Beach

GIANNOTTA,DOMINIC,A

VANLUE

11/13/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.080Control Test 21:32

0.000Air Blank 21:33

# 1 0.266Subject Sample 21:33

2.800Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.256Subject Sample 21:36

3.382Breath Volume 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 12/30/2019 12:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:25:4711/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:58

07:37

St. Augustine PD

MILLER,CHRIS

12/11/2021

1060911

St. Augustine PD

MILLER,CHRIS,

GOOGINS

11/13/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:18

0.000Air Blank 08:19

0.081Control Test 08:19

0.000Air Blank 08:19

# 1 0.179Subject Sample 08:20

2.367Breath Volume 08:20

0.000Air Blank 08:21

0.000Air Blank 08:23

# 2 0.191Subject Sample 08:23

1.933Breath Volume 08:23

0.000Air Blank 08:24

0.080Control Test 08:24

Air Blank 08:25 Ambient Fail

0.000Air Blank 08:25

Data Download Date/Time: 12/30/2019 12:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:0911/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

19:47

Osceola County SO

CRAWFORD,DAVID

12/05/2019

646645

Osceola County SO

CRAWFORD,DAVID,T

MEDINA

10/04/2019

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:57

0.079Control Test 19:57

0.000Air Blank 19:58

# 1 0.144Subject Sample 19:59

1.296Breath Volume 19:59

0.000Air Blank 20:00

0.000Air Blank 20:02

# 2 0.150Subject Sample 20:02

2.210Breath Volume 20:02

0.000Air Blank 20:03

0.079Control Test 20:03

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 11/26/2019 13:53

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.


