
80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:3211/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:46

CCA Citrus

SLINGERLAND,D

08/05/2020

13518080A5

Citrus County SO

SMITH,DEVIN,A

WASSINK

10/30/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.077Control Test 04:29

0.000Air Blank 04:30

# 1 0.161Subject Sample 04:31

2.867Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.151Subject Sample 04:34

3.679Breath Volume 04:34

0.000Air Blank 04:34

0.078Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 11/06/2019 11:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3611/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:13

FHP Troop C

ALEXANDER,DENZEL

08/05/2020

13518080A5

FHP Troop C

ALEXANDER,DENZEL,A

FERRELL

10/30/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.078Control Test 04:12

0.000Air Blank 04:12

# 1Subject Sample 04:12 RFI Detect

0.000Breath Volume 04:12

Air Blank 04:13 RFI Detect

0.000Air Blank 04:13

Data Download Date/Time: 11/26/2019 22:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:3311/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:16

FHP Troop C

HELM,DEREK

08/05/2020

13518080A5

FHP Troop C

HELM,DEREK,W

BROOKS

10/30/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.078Control Test 00:25

0.000Air Blank 00:26

# 1 0.093Subject Sample 00:29 Volume Not Met

0.152Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:31

# 2 0.090Subject Sample 00:32

1.300Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 3 0.090Subject Sample 00:36

1.425Breath Volume 00:36

0.000Air Blank 00:36

0.078Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 11/26/2019 22:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0811/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:33

CCA Citrus

WIGGLESWORTH,C

08/05/2020

13518080A5

Citrus County SO

SMITH,DEVIN,A

KOSMAN

10/30/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.077Control Test 01:17

0.000Air Blank 01:17

# 1Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 11/26/2019 22:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:0511/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:27

FHP Troop C

HELM,DEREK

08/05/2020

13518080A5

FHP Troop C

HELM,DEREK,W

RICHARDS

10/30/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.076Control Test 01:42

0.000Air Blank 01:42

# 1 0.179Subject Sample 01:43

1.835Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.176Subject Sample 01:46

1.996Breath Volume 01:46

0.000Air Blank 01:47

0.078Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:48

Data Download Date/Time: 11/26/2019 22:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:5111/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:17

CCA Citrus

SAAYMAN,F

08/05/2020

13518080A5

Citrus County SO

TURO,JAMES,M

MCCART

10/30/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:11

0.000Air Blank 03:11

# 1 0.172Subject Sample 03:14 Volume Not Met

0.078Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:17

0.077Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 11/26/2019 22:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:0411/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:46

CCA Citrus

WIGGLESWORTH,C

08/05/2020

13518080A5

Citrus County SO

CASON,CHRISTOPHER,N

SWEARINGEN

10/30/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.078Control Test 23:39

0.000Air Blank 23:40

# 1Subject Sample 23:42 Subject Test Refused

0.000Breath Volume 23:42

0.000Air Blank 23:43

0.077Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:44

Data Download Date/Time: 11/26/2019 22:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:1211/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:26

CCA Citrus

FISCHER,J

08/05/2020

13518080A5

Citrus County SO

CASON,CHRISTOPHER,N

COX

10/30/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.077Control Test 01:06

0.000Air Blank 01:07

# 1Subject Sample 01:07 Subject Test Refused

0.000Breath Volume 01:07

0.000Air Blank 01:08

0.077Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 11/26/2019 22:57

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3511/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:00

FHP Troop C

HELM,DEREK

08/05/2020

13518080A5

FHP Troop C

HELM,DEREK,W

IVKOVIC

11/25/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.078Control Test 03:06

0.000Air Blank 03:06

# 1 0.173Subject Sample 03:07

2.003Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.172Subject Sample 03:11

2.078Breath Volume 03:11

0.000Air Blank 03:11

0.078Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 01/06/2020 15:52

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:4311/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:35

CCA Citrus

ANSTEAD,LAURA

08/05/2020

13518080A5

Citrus County SO

BOWERMASTER,MARY,E

THOMPSON

11/25/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.077Control Test 23:28

0.000Air Blank 23:28

# 1 0.161Subject Sample 23:29

1.273Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.162Subject Sample 23:33

1.417Breath Volume 23:33

0.000Air Blank 23:33

0.077Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 01/06/2020 15:52

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:1111/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:01

CCA Citrus

GROLEAU,L

08/05/2020

13518080A5

Citrus County SO

DADDARIO,ASHLEY,A

TOMISMAN

11/25/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:58

0.000Air Blank 06:59

0.077Control Test 06:59

0.000Air Blank 07:00

# 1 0.146Subject Sample 07:00

3.117Breath Volume 07:00

0.000Air Blank 07:01

0.000Air Blank 07:03

# 2 0.150Subject Sample 07:03

3.347Breath Volume 07:03

0.000Air Blank 07:04

0.078Control Test 07:04

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 01/06/2020 15:52

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3611/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:24

CCA Citrus

MONTGOMERY,R

08/05/2020

13518080A5

Citrus County SO

DADDARIO,ASHLEY,A

BRIGHT

11/25/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.077Control Test 03:17

0.000Air Blank 03:17

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.077Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 01/06/2020 15:52

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:4311/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:36

Ft. Walton Beach PD

MARTIN,JAMES

02/05/2021

181692

Ft. Walton Beach PD

MARTIN,JAMES,E

BARRETO

11/19/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:24

# 1 0.144Subject Sample 04:26

1.750Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.148Subject Sample 04:29

1.207Breath Volume 04:29

0.000Air Blank 04:29

0.078Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 12/31/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:0311/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:21

Ft. Walton Beach PD

SIRMANS,ABNER

02/05/2021

181692

Ft. Walton Beach PD

SIRMANS,ABNER,K

HATCHER

11/19/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:08

0.000Air Blank 19:08

0.080Control Test 19:09

0.000Air Blank 19:09

# 1 0.258Subject Sample 19:12

1.625Breath Volume 19:12

Air Blank 19:13 Purge Fail

0.000Air Blank 19:14

Data Download Date/Time: 12/31/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:3211/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

18:21

Ft. Walton Beach PD

SIRMANS,ABNER

02/05/2021

181692

Ft. Walton Beach PD

SIRMANS,ABNER,K

HATCHER

11/19/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:17

0.076Control Test 19:17

0.000Air Blank 19:17

# 1 0.275Subject Sample 19:18

1.582Breath Volume 19:18

0.000Air Blank 19:19

0.000Air Blank 19:20

# 2 0.255Subject Sample 19:22

1.515Breath Volume 19:22

0.000Air Blank 19:23

0.077Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 12/31/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:0111/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:35

Ft. Walton Beach PD

JOHNSON,KARRY

02/05/2021

181692

Ft. Walton Beach PD

WOHLIN,MARK,T

ACKER

11/19/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:41

0.079Control Test 19:42

0.000Air Blank 19:42

# 1Subject Sample 19:43 Subject Test Refused

0.000Breath Volume 19:43

0.000Air Blank 19:44

0.079Control Test 19:44

0.000Air Blank 19:44

OKDiagnostics Check 19:45

Data Download Date/Time: 12/31/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1611/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:23

Ft. Walton Beach PD

JOHNSON,KARRY

02/05/2021

181692

Ft. Walton Beach PD

WOHLIN,MARK,T

STAFFORD

11/19/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.077Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 12/31/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:1311/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

04:10

Ft. Walton Beach PD

WOHLIN,MARK

02/05/2021

181692

Ft. Walton Beach PD

WOHLIN,MARK,T

NGUYEN

11/19/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

# 1 0.120Subject Sample 04:44

3.156Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.113Subject Sample 04:47

2.000Breath Volume 04:47

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 12/31/2019 06:51

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000229CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:53:4611/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:26

06:04

Gulf Breeze PD

BANKS,SEAN

10/05/2021

22419080A2

Gulf Breeze PD

BANKS,SEAN,C

CARPENTER

11/25/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:46

0.000Air Blank 07:47

0.080Control Test 07:47

0.000Air Blank 07:48

# 1 0.040Subject Sample 07:49

2.269Breath Volume 07:49

0.000Air Blank 07:49

0.000Air Blank 07:51

# 2 0.038Subject Sample 07:52

2.140Breath Volume 07:52

0.000Air Blank 07:52

0.080Control Test 07:53

0.000Air Blank 07:53

OKDiagnostics Check 07:53

Data Download Date/Time: 12/30/2019 13:29

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0611/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:10

Alachua County SO

LITZKOW,CLAYTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CLAYTON,P

JENKINS

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:21

# 1Subject Sample 01:25 No Sample Provided

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2Subject Sample 01:30 No Sample Provided

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:32

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:1511/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:58

Alachua County SO

LITZKOW,CARLTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CARLTON,D

UPADHYAH

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

# 1 0.140Subject Sample 04:05

1.457Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.144Subject Sample 04:08

1.640Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:3811/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:06

FHP Troop B

CABRAL,JONATHAN

10/05/2020

24818080A2

FHP Troop B

CABRAL,JONATHAN,M

HOWARD

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:28

# 1 0.194Subject Sample 04:29

3.199Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.193Subject Sample 04:33

2.980Breath Volume 04:33

0.000Air Blank 04:33

0.079Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:25:0311/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:52

18:38

FHP Troop B

ALVAREZ,ROBERTO

10/05/2020

24818080A2

FHP Troop B

ALVAREZ,ROBERTO,A

MORABITO

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:19

0.000Air Blank 19:19

0.080Control Test 19:19

0.000Air Blank 19:20

# 1 0.000Subject Sample 19:20

2.277Breath Volume 19:20

0.000Air Blank 19:21

0.000Air Blank 19:23

# 2 0.000Subject Sample 19:23

1.808Breath Volume 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:24

OKDiagnostics Check 19:25

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:3311/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:27

Alachua County SO

LITZKOW,CARLTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CARLTON,D

JACKSON

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

Air Blank 20:01 RFI Detect

0.000Air Blank 20:01

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:5411/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:27

Alachua County SO

LITZKOW,CARLTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CARLTON,D

JACKSON

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:04

0.079Control Test 20:04

0.000Air Blank 20:04

# 1 0.046Subject Sample 20:08

1.273Breath Volume 20:08

0.000Air Blank 20:08

0.000Air Blank 20:10

# 2 0.038Subject Sample 20:11

1.300Breath Volume 20:11

0.000Air Blank 20:11

0.077Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:4111/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:21

Alachua County SO

PURINGTON,PATRICK

10/05/2020

24818080A2

Alachua County SO

PURINGTON,PATRICK,A

WILSON

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:22

0.000Air Blank 20:23

0.078Control Test 20:23

0.000Air Blank 20:23

# 1 0.242Subject Sample 20:24

2.363Breath Volume 20:24

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.239Subject Sample 20:27

2.332Breath Volume 20:27

0.000Air Blank 20:27

0.078Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:1411/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

18:48

Alachua County SO

HUTCHINSON,ERIC

10/05/2020

24818080A2

Alachua County SO

PURINGTON,PATRICK,A

WALKER

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.080Control Test 20:56

0.000Air Blank 20:57

# 1Subject Sample 21:00 No Sample Provided

0.000Breath Volume 21:00

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2Subject Sample 21:05 No Sample Provided

0.000Breath Volume 21:05

0.000Air Blank 21:06

0.081Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:00:2311/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:33

FHP Troop B

ROBLES,MIGUEL

10/05/2020

24818080A2

FHP Troop B

ROBLES,MIGUEL,A

HOEHN

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:54

0.000Air Blank 15:54

0.079Control Test 15:54

0.000Air Blank 15:55

# 1 0.224Subject Sample 15:56

2.742Breath Volume 15:56

0.000Air Blank 15:57

0.000Air Blank 15:59

# 2 0.224Subject Sample 15:59

1.878Breath Volume 15:59

Air Blank 15:59 RFI Detect

0.000Air Blank 16:00

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:13:0911/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:33

FHP Troop B

ROBLES,MIGUEL

10/05/2020

24818080A2

FHP Troop B

ROBLES,MIGUEL,A

HOEHN

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:05

0.000Air Blank 16:06

0.075Control Test 16:06

0.000Air Blank 16:07

# 1 0.230Subject Sample 16:07

3.261Breath Volume 16:07

0.000Air Blank 16:08

0.000Air Blank 16:10

# 2 0.231Subject Sample 16:11

3.050Breath Volume 16:11

0.000Air Blank 16:12

0.075Control Test 16:12

0.000Air Blank 16:13

OKDiagnostics Check 16:13

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5911/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:29

Alachua County SO

LITZKOW,CARLTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CARLTON,D

OSIEL

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:55

# 1 0.176Subject Sample 01:57

1.105Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.187Subject Sample 02:01

2.218Breath Volume 02:01

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:3511/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

00:00

Alachua County SO

STANFIELD,THOMAS

10/05/2020

24818080A2

Alachua PD

LITZKOW,CLAYTON,P

DEMARCO

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.081Control Test 05:08

0.000Air Blank 05:08

# 1 0.143Subject Sample 05:09

2.191Breath Volume 05:09

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.134Subject Sample 05:12

1.265Breath Volume 05:12

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 11/19/2019 11:14

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:5911/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:06

FHP Troop B

MCEACHIN,SCOTT

10/05/2020

24818080A2

FHP Troop B

MCEACHIN,SCOTT,J

JOHNSON

11/18/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.080Control Test 20:07

0.000Air Blank 20:07

# 1 0.269Subject Sample 20:08

2.464Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:10

# 2 0.271Subject Sample 20:11

2.500Breath Volume 20:11

0.000Air Blank 20:12

0.078Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 12/02/2019 14:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:3011/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

17:26

Alachua County SO

ABDALE,JAMES

10/05/2020

24818080A2

Alachua County SO

ABDALE,JAMES,M

NEILINGER

11/18/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:09

0.000Air Blank 19:10

0.080Control Test 19:10

0.000Air Blank 19:10

# 1 0.000Subject Sample 19:13

1.636Breath Volume 19:13

0.000Air Blank 19:14

0.000Air Blank 19:16

# 2 0.000Subject Sample 19:19 Volume Not Met

0.367Breath Volume 19:19

0.000Air Blank 19:19

0.000Air Blank 19:22

# 3 0.000Subject Sample 19:25 Volume Not Met

0.230Breath Volume 19:25

0.000Air Blank 19:25

0.078Control Test 19:25

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 12/02/2019 14:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:4111/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

02:51

Alachua County SO

LITZKOW,CLAYTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CLAYTON,P

MATHENY

11/18/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:18 No Sample Provided

0.000Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2Subject Sample 04:24 No Sample Provided

0.000Breath Volume 04:24

0.000Air Blank 04:24

0.081Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 12/02/2019 14:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:37:1111/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

04:44

Alachua County SO

LITZKOW,CARLTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CARLTON,D

THOMAS

11/18/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:30

0.000Air Blank 07:31

0.080Control Test 07:31

0.000Air Blank 07:31

# 1 0.123Subject Sample 07:32

2.152Breath Volume 07:32

0.000Air Blank 07:33

0.000Air Blank 07:35

# 2 0.128Subject Sample 07:35

1.792Breath Volume 07:35

0.000Air Blank 07:36

0.079Control Test 07:36

0.000Air Blank 07:37

OKDiagnostics Check 07:37

Data Download Date/Time: 12/02/2019 14:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:3211/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:54

Okaloosa County SO

CRAIG,ANYCE

12/06/2020

869968

Okaloosa County SO

SWAIN,ERIC,G

BRADLEY

10/10/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.081Control Test 04:36

0.000Air Blank 04:37

# 1Subject Sample 04:39 Subject Test Refused

0.000Breath Volume 04:39

0.000Air Blank 04:39

0.082Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 11/07/2019 10:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:41:2511/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:16

05:34

Okaloosa County SO

BURNHAM,J

12/06/2020

869968

Okaloosa County SO

BURNHAM,J,D

LANDRY

10/10/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:38

0.082Control Test 06:39

0.000Air Blank 06:39

# 1Subject Sample 06:40 Subject Test Refused

0.000Breath Volume 06:40

0.000Air Blank 06:40

0.081Control Test 06:40

0.000Air Blank 06:41

OKDiagnostics Check 06:41

Data Download Date/Time: 11/07/2019 10:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0011/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:39

12:10

FHP Troop A

NABULSI,TABITHA

12/06/2020

869968

FHP Troop A

NABULSI,TABITHA,

RANGEL DOMINGUEZ

10/10/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

# 1Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:58

0.082Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:59

Data Download Date/Time: 11/07/2019 10:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:4111/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

16:39

Ft. Walton Beach PD

CHAPIN,NATHAN

12/06/2020

869968

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

RAMOS PEREZ

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:00

0.000Air Blank 18:01

0.080Control Test 18:01

0.000Air Blank 18:01

# 1 0.000Subject Sample 18:02

1.828Breath Volume 18:02

0.000Air Blank 18:02

0.000Air Blank 18:04

# 2 0.000Subject Sample 18:05

1.656Breath Volume 18:05

0.000Air Blank 18:05

0.079Control Test 18:06

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:3111/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:51

Okaloosa County SO

SHELDON,ERIC

12/06/2020

869968

Okaloosa County SO

SMALL,BRANNON,A

MERCADO

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.082Control Test 03:42

0.000Air Blank 03:43

# 1 0.106Subject Sample 03:43

1.128Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.110Subject Sample 03:47

1.707Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:02:1611/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:47

08:03

Okaloosa County SO

FREDERICK,TAVISH

12/06/2020

869968

Okaloosa County SO

FREDERICK,TAVISH,M

HAND

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:56

0.000Air Blank 09:56

0.082Control Test 09:56

0.000Air Blank 09:57

# 1 0.000Subject Sample 09:57

1.812Breath Volume 09:57

0.000Air Blank 09:58

0.000Air Blank 10:00

# 2 0.000Subject Sample 10:00

2.507Breath Volume 10:00

0.000Air Blank 10:01

0.080Control Test 10:01

0.000Air Blank 10:02

OKDiagnostics Check 10:02

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:4611/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:30

Okaloosa County SO

RACER,JACOB

12/06/2020

869968

Okaloosa County SO

RACER,JACOB,L

REAVES

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.081Control Test 21:00

0.000Air Blank 21:00

# 1 0.129Subject Sample 21:01

2.335Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:03

# 2 0.129Subject Sample 21:04

2.253Breath Volume 21:04

0.000Air Blank 21:04

0.080Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:3011/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:24

04:48

Okaloosa County SO

SMALL,BRANNON

12/06/2020

869968

Okaloosa County SO

SMALL,BRANNON,A

MATUL-HERNANDEZ

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.081Control Test 05:47

0.000Air Blank 05:47

# 1 0.183Subject Sample 05:48

1.843Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.180Subject Sample 05:51

2.207Breath Volume 05:51

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:54:2211/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:27

06:52

Okaloosa County SO

FREDERICK,TAVISH

12/06/2020

869968

Okaloosa County SO

FREDERICK,TAVISH,M

MCGHEE

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:47

0.000Air Blank 07:48

0.082Control Test 07:48

0.000Air Blank 07:49

# 1 0.212Subject Sample 07:49

1.292Breath Volume 07:49

0.000Air Blank 07:50

0.000Air Blank 07:52

# 2 0.206Subject Sample 07:52

1.539Breath Volume 07:52

0.000Air Blank 07:53

0.081Control Test 07:53

0.000Air Blank 07:54

OKDiagnostics Check 07:54

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:1311/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

19:56

Ft. Walton Beach PD

WOLL,MICHAEL

12/06/2020

869968

Ft. Walton Beach PD

WOLL,MICHAEL,

LOWREY

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.081Control Test 20:57

0.000Air Blank 20:57

# 1Subject Sample 20:57 Subject Test Refused

0.000Breath Volume 20:57

0.000Air Blank 20:58

0.081Control Test 20:58

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4511/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:44

Okaloosa County SO

WALKER,LANDON

12/06/2020

869968

Okaloosa County SO

WALKER,LANDON,L

ROBERTS

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:20

# 1 0.202Subject Sample 03:20

3.316Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.196Subject Sample 03:24

3.519Breath Volume 03:24

0.000Air Blank 03:24

0.077Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:19:3011/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:50

11:07

Okaloosa County SO

MUHLBACH,BRIAN

12/06/2020

869968

Okaloosa County SO

LINCOLN,A.,

LA ROCCA

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:11

0.000Air Blank 12:12

0.081Control Test 12:12

0.000Air Blank 12:13

# 1 0.120Subject Sample 12:14

1.238Breath Volume 12:14

0.000Air Blank 12:15

0.000Air Blank 12:17

# 2 0.117Subject Sample 12:17

1.175Breath Volume 12:17

0.000Air Blank 12:18

0.080Control Test 12:18

0.000Air Blank 12:19

OKDiagnostics Check 12:19

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:0111/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:31

Okaloosa County SO

SIMPKINS,BRANDON

12/06/2020

869968

Okaloosa County SO

FITCHETT,ADAM,R

LANZA

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.082Control Test 00:21

0.000Air Blank 00:22

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:23

0.082Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:24

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:4111/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:44

Okaloosa County SO

SHELDON,ERIC

12/06/2020

869968

Okaloosa County SO

KIMBRIL,JOSHUA,B

CUNEO

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.082Control Test 23:48

0.000Air Blank 23:48

# 1 0.000Subject Sample 23:49

1.550Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.000Subject Sample 23:52

1.664Breath Volume 23:52

0.000Air Blank 23:52

0.083Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:3211/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

17:47

Okaloosa County SO

WILLIS,ROBERT

12/06/2020

869968

Okaloosa County SO

WILLIS,ROBERT,B

PACE

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:49

0.000Air Blank 18:50

0.081Control Test 18:50

0.000Air Blank 18:51

# 1Subject Sample 18:54 No Sample Provided

0.000Breath Volume 18:54

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.293Subject Sample 18:57

1.386Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 18:59

# 3 0.286Subject Sample 19:02

2.410Breath Volume 19:02

Air Blank 19:03 Purge Fail

0.000Air Blank 19:03

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:3811/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

20:52

Ft. Walton Beach PD

SIRMANS,ABNER

12/06/2020

869968

Ft. Walton Beach PD

SIRMANS,ABNER,K

RIOJAS

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.081Control Test 22:14

0.000Air Blank 22:15

# 1Subject Sample 22:15 Subject Test Refused

0.000Breath Volume 22:15

0.000Air Blank 22:15

0.082Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:35:5011/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:04

12:25

Okaloosa County SO

ZELLARS,TRENT

12/06/2020

869968

Okaloosa County SO

MORTON,JAMES,J

CASON

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:27

0.000Air Blank 13:27

0.082Control Test 13:28

0.000Air Blank 13:28

# 1 0.077Subject Sample 13:29

1.324Breath Volume 13:29

0.000Air Blank 13:30

0.000Air Blank 13:31

# 2 0.079Subject Sample 13:34

2.367Breath Volume 13:34

0.000Air Blank 13:34

0.083Control Test 13:35

0.000Air Blank 13:35

OKDiagnostics Check 13:35

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:1111/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:10

Okaloosa County SO

SIMPKINS,BRANDON

12/06/2020

869968

Okaloosa County SO

WALKER,LANDON,L

SAMS

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.081Control Test 05:03

0.000Air Blank 05:04

# 1Subject Sample 05:06 Subject Test Refused

0.285Breath Volume 05:06

0.000Air Blank 05:07

0.082Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4811/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:34

Okaloosa County SO

SHELDON,ERIC

12/06/2020

869968

Okaloosa County SO

BOGGS,JUSTIN,E

MCLAUGHLIN

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.138Subject Sample 02:29 Volume Not Met

1.054Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:31

# 2 0.116Subject Sample 02:35 Volume Not Met

0.085Breath Volume 02:35

0.000Air Blank 02:35

0.077Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:16:2311/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:49

09:04

Okaloosa County SO

ALEXANDER,RICHARD

12/06/2020

869968

Okaloosa County SO

HAMILTON,RAY,C

MARTINEZ-ARIAS

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:09

0.000Air Blank 10:09

0.083Control Test 10:10

0.000Air Blank 10:10

# 1 0.208Subject Sample 10:11

2.136Breath Volume 10:11

0.000Air Blank 10:12

0.000Air Blank 10:14

# 2 0.207Subject Sample 10:14

2.597Breath Volume 10:14

0.000Air Blank 10:15

0.080Control Test 10:15

0.000Air Blank 10:16

OKDiagnostics Check 10:16

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:1211/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:43

FHP Troop A

JONES,KEITH

12/06/2020

869968

FHP Troop A

JONES,KEITH,P

YOST

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:57

0.000Air Blank 19:57

0.082Control Test 19:58

0.000Air Blank 19:58

# 1Subject Sample 20:00 Subject Test Refused

0.000Breath Volume 20:00

0.000Air Blank 20:01

0.082Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:2811/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:40

Okaloosa County SO

WALKER,LANDON

12/06/2020

869968

Okaloosa County SO

WALKER,LANDON,L

LALA

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.080Control Test 22:20

0.000Air Blank 22:20

# 1Subject Sample 22:21 Subject Test Refused

0.000Breath Volume 22:21

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4711/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:39

Okaloosa County SO

PAYNE,KIRKLAND

12/06/2020

869968

Okaloosa County SO

PAYNE,KIRKLAND,J

VIEIRA DA SILVA

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:27

# 1Subject Sample 02:29 RFI Detect

0.070Breath Volume 02:29

0.000Air Blank 02:30

0.081Control Test 02:30

Air Blank 02:31 RFI Detect

0.000Air Blank 02:31

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:5411/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

00:39

Okaloosa County SO

PAYNE,KIRKLAND

12/06/2020

869968

Okaloosa County SO

PAYNE,KIRKLAND,J

VIEIRA DA SILVA

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.074Control Test 02:58 Control Outside Tolerance

0.000Air Blank 02:58

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4711/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

00:39

Okaloosa County SO

PAYNE,KIRKLAND

12/06/2020

869968

Okaloosa County SO

PAYNEK,KIRKLAND,J

VIEIRA DA SILVA

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.082Control Test 03:02

0.000Air Blank 03:03

# 1 0.170Subject Sample 03:04

1.128Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.173Subject Sample 03:08

1.542Breath Volume 03:08

0.000Air Blank 03:08

0.078Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:4311/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:24

Okaloosa County SO

SHELDON,ERIC

12/06/2020

869968

Okaloosa County SO

SMALL,BRANNON,A

SHAKIR

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.081Control Test 04:18

0.000Air Blank 04:19

# 1 0.061Subject Sample 04:19

2.164Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.061Subject Sample 04:23

2.625Breath Volume 04:23

0.000Air Blank 04:23

0.079Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:1111/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:43

16:35

Okaloosa County SO

ALEXANDER,RICHARD

12/06/2020

869968

Okaloosa County SO

HAMILTON,RAY,C

LOWRY

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:05

0.000Air Blank 18:05

0.080Control Test 18:06

0.000Air Blank 18:06

# 1 0.123Subject Sample 18:07

3.093Breath Volume 18:07

0.000Air Blank 18:08

0.000Air Blank 18:09

# 2 0.118Subject Sample 18:10

3.011Breath Volume 18:10

0.000Air Blank 18:11

0.079Control Test 18:11

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:3911/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:11

17:24

Okaloosa County SO

HAWKINS,JEREMY

12/06/2020

869968

Okaloosa County SO

FITCHETT,ADAM,R

WHITFIELD

11/07/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:33

0.000Air Blank 18:33

0.080Control Test 18:34

0.000Air Blank 18:34

# 1 0.327Subject Sample 18:35

2.261Breath Volume 18:35

0.000Air Blank 18:36

0.000Air Blank 18:38

# 2 0.315Subject Sample 18:38

1.910Breath Volume 18:38

0.000Air Blank 18:39

0.077Control Test 18:40

0.000Air Blank 18:40

OKDiagnostics Check 18:40

Data Download Date/Time: 12/03/2019 11:17

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:5111/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:16

Escambia County SO

HENLEY,WILLIAM

06/06/2020

792976

Escambia County SO

HENLEY,WILLIAM,C

CLARK

11/15/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:47

# 1 0.290Subject Sample 00:48

1.835Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.290Subject Sample 00:51

1.289Breath Volume 00:51

0.000Air Blank 00:51

0.078Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 12/18/2019 21:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:45:5611/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:47

FHP Troop A

GORMLEY,WILLIAM

06/06/2020

792976

FHP Troop A

GORMLEY,WILLIAM,C

MCLEOD

11/15/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:45

Air Blank 07:45 RFI Detect

Air Blank 07:45 RFI Detect

Data Download Date/Time: 12/18/2019 21:38

14 February 2020

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:54:2311/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:47

FHP Troop A

GORMLEY,WILLIAM

06/06/2020

792976

FHP Troop A

GORMLEY,WILLIAM,C

MCLEOD

11/15/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:47

0.000Air Blank 07:48

0.080Control Test 07:48

0.000Air Blank 07:48

# 1 0.124Subject Sample 07:49

2.218Breath Volume 07:49

0.000Air Blank 07:50

0.000Air Blank 07:52

# 2 0.128Subject Sample 07:52

1.585Breath Volume 07:52

0.000Air Blank 07:53

0.080Control Test 07:53

0.000Air Blank 07:54

OKDiagnostics Check 07:54

Data Download Date/Time: 12/18/2019 21:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:5911/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:36

FHP Troop A

STCLAIR,TODD

06/06/2020

792976

FHP Troop A

STCLAIR,TODD,C

PAROS

11/15/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:59

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:00

# 1 0.130Subject Sample 00:01

1.605Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:03

# 2 0.128Subject Sample 00:04

1.207Breath Volume 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 12/18/2019 21:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:25:0011/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:57

16:35

FHP Troop A

MARCUM,JOSEPH

06/06/2020

792976

FHP Troop A

MARCUM,JOSEPH,K

ODOM

11/15/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:18

0.000Air Blank 17:19

0.081Control Test 17:19

0.000Air Blank 17:20

# 1 0.134Subject Sample 17:20

3.089Breath Volume 17:20

0.000Air Blank 17:21

0.000Air Blank 17:22

# 2 0.134Subject Sample 17:23

3.238Breath Volume 17:23

0.000Air Blank 17:24

0.080Control Test 17:24

0.000Air Blank 17:24

OKDiagnostics Check 17:25

Data Download Date/Time: 12/18/2019 21:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3711/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:44

Escambia County SO

HENLEY,WILLIAM

06/06/2020

792976

Escambia County SO

HENLEY,WILLIAM,C

GREEN

11/15/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

# 1 0.226Subject Sample 01:22

1.414Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.216Subject Sample 01:25

1.324Breath Volume 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 12/18/2019 21:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3711/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:44

Escambia County SO

HENLEY,WILLIAM

06/06/2020

792976

Escambia County SO

HENLEY,WILLIAM,C

GLOSSOP

11/15/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:31

# 1 0.000Subject Sample 02:31

3.757Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.000Subject Sample 02:35

2.574Breath Volume 02:35

0.000Air Blank 02:35

0.081Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 12/18/2019 21:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:3411/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

21:40

Jackson County SO

RAFFERTY,JOSHUA

04/27/2020

770784

Jackson County SO

COWAN,RICHARD,T

TIPTON

11/08/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.081Control Test 23:02

0.000Air Blank 23:02

# 1 0.093Subject Sample 23:03

1.843Breath Volume 23:03

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.091Subject Sample 23:06

1.589Breath Volume 23:06

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 12/11/2019 15:54

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:3211/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:54

Alachua County SO

ADKINS,MICHAEL

10/05/2020

24818080A2

Alachua County SO

PURINGTON,PATRICK,A

ADAMS

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

# 1Subject Sample 01:46 No Sample Provided

0.000Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2Subject Sample 01:52 No Sample Provided

0.000Breath Volume 01:52

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 11/20/2019 08:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:2511/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:12

Alachua County SO

PURINGTON,PATRICK

10/05/2020

24818080A2

Alachua County SO

PURINGTON,PATRICK,A

COFER

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1Subject Sample 04:03 No Sample Provided

0.000Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2Subject Sample 04:09 No Sample Provided

0.000Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 11/20/2019 08:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:3911/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

19:15

Alachua County SO

PURINGTON,PATRICK

10/05/2020

24818080A2

Alachua County SO

PURINGTON,PATRICK,A

WALLACE

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:49

0.000Air Blank 19:50

0.080Control Test 19:50

0.000Air Blank 19:50

# 1 0.334Subject Sample 19:51

1.816Breath Volume 19:51

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.329Subject Sample 19:55

1.726Breath Volume 19:55

0.000Air Blank 19:55

0.079Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 11/20/2019 08:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3611/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:28

Alachua County SO

PETTIT,JOSHUA

10/05/2020

24818080A2

Alachua County SO

PURINGTON,PATRICK,A

BARBARY

10/23/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 11/20/2019 08:28

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:4611/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:30

Alachua County SO

PURINGTON,PATRICK

10/05/2020

24818080A2

Alachua County SO

PURINGTON,PATRICK,A

HENLEY

11/18/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.081Control Test 03:55

0.000Air Blank 03:55

# 1 0.212Subject Sample 03:56

2.023Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.215Subject Sample 03:59

1.539Breath Volume 03:59

0.000Air Blank 03:59

0.079Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 12/02/2019 14:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:1211/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:29

06:11

Okaloosa County SO

HOWARD,JODY

04/03/2020

754250

Okaloosa County SO

HOWARD,JODY,W

ODOR

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:49

0.000Air Blank 06:50

0.081Control Test 06:50

0.000Air Blank 06:51

# 1 0.134Subject Sample 06:52

2.546Breath Volume 06:52

0.000Air Blank 06:52

0.000Air Blank 06:54

# 2 0.139Subject Sample 06:55

1.312Breath Volume 06:55

0.000Air Blank 06:56

0.080Control Test 06:56

0.000Air Blank 06:57

OKDiagnostics Check 06:57

Data Download Date/Time: 11/06/2019 10:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:1711/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:00

Okaloosa County SO

LANGER,MATTHEW

04/03/2020

754250

Okaloosa County SO

DOWNING,CADEN,T

ELDRIDGE

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

# 1Subject Sample 23:04 No Sample Provided

0.000Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2Subject Sample 23:06 Subject Test Refused

0.000Breath Volume 23:06

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:2311/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:44

Okaloosa County SO

KIMBRIL,JOSHUA

04/03/2020

754250

Okaloosa County SO

KIMBRIL,JOSHUA,B

MULLIN

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

# 2Subject Sample 23:56 No Sample Provided

0.000Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 1Subject Sample 00:02 No Sample Provided

0.000Breath Volume 00:02

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:4111/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:49

Okaloosa County SO

LANGER,MATTHEW

04/03/2020

754250

Okaloosa County SO

DOWNING,CADEN,T

ELLIS

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.080Control Test 19:41

0.000Air Blank 19:41

# 1 0.116Subject Sample 19:44

1.308Breath Volume 19:44

0.000Air Blank 19:45

0.000Air Blank 19:47

# 2 0.117Subject Sample 19:48

2.253Breath Volume 19:48

0.000Air Blank 19:48

0.076Control Test 19:49

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:1111/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:50

Okaloosa County SO

HAMILTON,JOSHUA

04/03/2020

754250

Okaloosa County SO

HAMILTON,JOSHUA,A

MURPHY

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.081Control Test 01:34

0.000Air Blank 01:34

# 1 0.000Subject Sample 01:35

2.785Breath Volume 01:35

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.000Subject Sample 01:38

1.984Breath Volume 01:38

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:40:3811/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:13

13:13

Okaloosa County SO

JONES,KEITH

04/03/2020

754250

FHP Troop A

HOWARD,JODY,W

GERSAK

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:34

0.000Air Blank 13:34

0.080Control Test 13:34

0.000Air Blank 13:35

# 1 0.078Subject Sample 13:36

1.468Breath Volume 13:36

0.000Air Blank 13:36

0.000Air Blank 13:38

# 2 0.078Subject Sample 13:39

1.785Breath Volume 13:39

0.000Air Blank 13:39

0.080Control Test 13:40

0.000Air Blank 13:40

OKDiagnostics Check 13:40

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:0111/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:29

Okaloosa County SO

RICHMOND,BRENDAN

04/03/2020

754250

Crestview PD

KIMBRIL,JOSHUA,B

BLACK

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.080Control Test 23:30

0.000Air Blank 23:30

# 1Subject Sample 23:33 No Sample Provided

0.000Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.000Subject Sample 23:38

1.296Breath Volume 23:38

0.000Air Blank 23:38

0.000Air Blank 23:40

# 3 0.000Subject Sample 23:41

2.531Breath Volume 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:43

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:0411/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

22:36

Okaloosa County SO

RICHMOND,BRENDAN

04/03/2020

754250

Crestview PD

DUS,CHRISTINA,J

THOMAS

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.080Control Test 00:17

0.000Air Blank 00:17

# 1Subject Sample 00:20 Subject Test Refused

0.000Breath Volume 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:22

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:3211/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

22:36

Okaloosa County SO

RICHMOND,BRENDAN

04/03/2020

754250

Crestview PD

DUS,CHRISTINA,J

WARREN

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

# 1Subject Sample 00:43 Subject Test Refused

0.000Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:3611/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:53

Okaloosa County SO

LANGER,MATTHEW

04/03/2020

754250

Okaloosa County SO

GENRICH,KRISTEN,R

LANCASTER

10/31/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.081Control Test 23:47

0.000Air Blank 23:48

# 1 0.000Subject Sample 23:49

4.179Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.000Subject Sample 23:52

3.273Breath Volume 23:52

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 11/26/2019 12:04

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3411/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:02

Okaloosa County SO

LANGER,MATTHEW

04/03/2020

754250

Okaloosa County SO

GENRICH,KRISTEN,R

COOK

11/26/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 04:00

0.000Air Blank 04:00

# 1 0.164Subject Sample 04:03

3.695Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.163Subject Sample 04:06

2.171Breath Volume 04:06

0.000Air Blank 04:07

0.076Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 12/30/2019 11:58

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2111/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

23:45

FHP Troop B

SISTRUNK,TRENT

03/07/2021

915310

FHP Troop B

SISTRUNK,TRENT,D

NIEVES

10/03/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.079Control Test 01:11

0.000Air Blank 01:11

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 11/12/2019 07:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:5611/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:31

FHP Troop B

MACFADDEN,RYAN

03/07/2021

915310

FHP Troop B

MACFADDEN,RYAN,E

TOUCHTON

10/03/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.078Control Test 01:20

0.000Air Blank 01:20

# 1 0.210Subject Sample 01:21

2.386Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:23

# 2 0.215Subject Sample 01:24

1.890Breath Volume 01:24

0.000Air Blank 01:25

0.076Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 11/12/2019 07:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:4211/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:19

FHP Troop B

MCFARLAND,MICHAEL

03/07/2021

915310

FHP Troop B

BATES,BRIAN,C

LOPEZ PEREZ

10/03/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:49

0.000Air Blank 16:50

0.079Control Test 16:50

0.000Air Blank 16:50

# 1 0.207Subject Sample 16:51

1.660Breath Volume 16:51

0.000Air Blank 16:51

0.000Air Blank 16:53

# 2 0.224Subject Sample 16:53

1.664Breath Volume 16:53

0.000Air Blank 16:54

0.076Control Test 16:55

0.000Air Blank 16:55

OKDiagnostics Check 16:55

Data Download Date/Time: 11/12/2019 07:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4811/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:28

Columbia County SO

HARVEY,DAVID

03/07/2021

915310

Columbia County SO

HARVEY,DAVID,A

RAULERSON

10/03/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

# 1 0.000Subject Sample 01:22

3.714Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.000Subject Sample 01:25

4.851Breath Volume 01:25

0.000Air Blank 01:25

0.078Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 11/12/2019 07:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:2511/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

20:00

FHP Troop B

MACFADDEN,RYAN

03/07/2021

915310

FHP Troop B

MACFADDEN,RYAN,E

PARRISH

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.079Control Test 20:56

0.000Air Blank 20:56

# 1 0.000Subject Sample 20:57

2.117Breath Volume 20:57

0.000Air Blank 20:57

0.000Air Blank 20:59

# 2 0.000Subject Sample 21:00

1.886Breath Volume 21:00

0.000Air Blank 21:00

0.078Control Test 21:00

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:0011/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

19:51

Lake City PD

JOHNSON,JOSEPH

03/07/2021

915310

FFWCC (Lake City)

ROBINSON,STUART,P

WALDRON

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.078Control Test 20:52

0.000Air Blank 20:52

# 1 0.123Subject Sample 20:53

3.976Breath Volume 20:53

0.000Air Blank 20:54

0.000Air Blank 20:55

# 2 0.111Subject Sample 20:56

2.128Breath Volume 20:56

0.000Air Blank 20:57

0.076Control Test 20:57

0.000Air Blank 20:57

OKDiagnostics Check 20:58

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:4911/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

15:01

FHP Troop B

BALDREE,TASHAHNDA

07/30/2022

1175960

FHP Troop B

BAURES,BRANDYN,K

CHILISNA-CANTO

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:46

0.000Air Blank 15:46

0.080Control Test 15:47

0.000Air Blank 15:47

# 1 0.173Subject Sample 15:50

3.343Breath Volume 15:50

0.000Air Blank 15:50

0.000Air Blank 15:52

# 2 0.178Subject Sample 15:53

2.437Breath Volume 15:53

0.000Air Blank 15:53

0.079Control Test 15:54

0.000Air Blank 15:54

OKDiagnostics Check 15:54

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0711/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:56

Lake City PD

POTEAT,RICHARD

03/07/2021

915310

Lake City PD

ROBINSON,STUART,P

MARTIN

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

# 1 0.238Subject Sample 23:43

2.621Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.236Subject Sample 23:46

2.351Breath Volume 23:46

0.000Air Blank 23:47

0.076Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:4011/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:27

FHP Troop B

SISTRUNK,TRENT

03/07/2021

915310

FHP Troop B

SISTRUNK,TRENT,D

MCCAFFERTY

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.079Control Test 05:11

0.000Air Blank 05:12

# 1Subject Sample 05:12 Subject Test Refused

0.000Breath Volume 05:12

0.000Air Blank 05:12

0.080Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:4011/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:59

Lake City PD

MARKMILLER,J

03/07/2021

915310

Columbia County SO

MILLIGAN,CONNIE,A

HODGES

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

# 1 0.110Subject Sample 03:32

3.347Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.107Subject Sample 03:34

2.898Breath Volume 03:34

0.000Air Blank 03:35

0.077Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:0211/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:37

Columbia County SO

HARVEY,DAVID

03/07/2021

915310

Columbia County SO

HARVEY,DAVID,A

ANDERSON

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.079Control Test 21:32

0.000Air Blank 21:32

# 1 0.176Subject Sample 21:33

5.136Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:35

# 2 0.177Subject Sample 21:36

4.710Breath Volume 21:36

0.000Air Blank 21:37

0.076Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:38

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0311/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:46

Columbia County SO

HARVEY,DAVID

03/07/2021

915310

Columbia County SO

HARVEY,DAVID,A

DOTSON

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.079Control Test 03:45

0.000Air Blank 03:45

# 1Subject Sample 03:48 No Sample Provided

0.000Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:3611/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:42

FHP Troop B

SINGLETARY,MATHEW

03/07/2021

915310

FHP Troop B

SINGLETARY,MATHEW,C

GRANGER

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:21

# 1Subject Sample 19:22 RFI Detect

0.328Breath Volume 19:22

0.000Air Blank 19:23

0.079Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:0711/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:42

FHP Troop B

SINGLETARY,MATHEW

03/07/2021

915310

FHP Troop B

SINGLETARY,MATHEW,C

GRANGER

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:26

0.000Air Blank 19:26

0.079Control Test 19:27

0.000Air Blank 19:27

# 1Subject Sample 19:27 RFI Detect

0.000Breath Volume 19:27

0.000Air Blank 19:28

0.078Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:1511/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:42

FHP Troop B

SINGLETARY,MATHEW

03/07/2021

915310

FHP Troop B

SINGLETARY,MATHEW,C

GRANGER

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:30

0.000Air Blank 19:31

0.079Control Test 19:31

0.000Air Blank 19:32

# 1 0.167Subject Sample 19:32

1.203Breath Volume 19:32

0.000Air Blank 19:33

Air Blank 19:34 RFI Detect

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:0811/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:10

FHP Troop B

MACFADDEN,RYAN

03/07/2021

915310

FHP Troop B

MACFADDEN,RYAN,E

SANTANA

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:56

# 1 0.120Subject Sample 22:57

1.707Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.124Subject Sample 23:00

2.160Breath Volume 23:00

0.000Air Blank 23:01

0.076Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:1211/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

03:41

FHP Troop B

HUGHES,ALFRED

03/07/2021

915310

FHP Troop B

HUGHES,ALFRED,L

BARKSDALE

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.079Control Test 05:33

0.000Air Blank 05:33

# 1 0.189Subject Sample 05:34

2.058Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:36

# 2 0.182Subject Sample 05:37

3.136Breath Volume 05:37

0.000Air Blank 05:38

0.076Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:2311/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:18

Columbia County SO

NASH,JAMES

03/07/2021

915310

Columbia County SO

HARVEY,DAVID,A

RUISE

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.080Control Test 00:07

0.000Air Blank 00:07

# 1 0.133Subject Sample 00:08

3.398Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:10

# 2 0.137Subject Sample 00:11

2.011Breath Volume 00:11

0.000Air Blank 00:12

0.078Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:5111/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:58

Columbia County SO

NEWMAN,SHAYNE

03/07/2021

915310

Columbia County SO

LORTON,CORNELIUS,Q

BLAKE

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.080Control Test 04:43

0.000Air Blank 04:43

# 1Subject Sample 04:44 Subject Test Refused

0.000Breath Volume 04:44

0.000Air Blank 04:44

0.079Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:3611/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

23:19

FHP Troop B

BATES,BRIAN

03/07/2021

915310

FHP Troop B

BATES,BRIAN,C

LUX TZUNUN

11/12/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

# 1 0.142Subject Sample 01:35

2.519Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.129Subject Sample 01:38

1.457Breath Volume 01:38

0.000Air Blank 01:39

0.077Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 12/15/2019 07:03

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3611/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:25

FHP Troop B

RIEGEL,TIMOTHY

08/05/2020

17618080A3

FHP Troop B

RIEGEL,TIMOTHY,J

REED

10/30/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.082Control Test 02:04

0.000Air Blank 02:05

# 1 0.186Subject Sample 02:05

2.472Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.179Subject Sample 02:08

2.386Breath Volume 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 11/04/2019 13:35

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:0511/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:45

Live Oak PD

PARISI,T

08/05/2020

17618080A3

Live Oak PD

PARISI,T,J

DOUGHERTY

10/30/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.083Control Test 00:13

0.000Air Blank 00:13

# 1 0.042Subject Sample 00:15

1.546Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:17

# 2 0.042Subject Sample 00:18

1.679Breath Volume 00:18

0.000Air Blank 00:19

0.083Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:20

Data Download Date/Time: 12/04/2019 20:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:4711/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:30

Suwannee County SO

WADFORD,CHARLES

08/05/2020

17618080A3

Suwannee County SO

WADFORD,CHARLES,T

RAFAEL

10/30/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.082Control Test 22:23

0.000Air Blank 22:23

# 1 0.244Subject Sample 22:24

2.136Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.239Subject Sample 22:28

1.117Breath Volume 22:28

0.000Air Blank 22:28

0.082Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 12/04/2019 20:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:5611/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:04

Suwannee County SO

ZIMMERMANN,JOHN

08/05/2020

17618080A3

Suwannee County SO

ZIMMERMANN,JOHN,C

BROWN

10/30/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.083Control Test 21:58

0.000Air Blank 21:59

# 1Subject Sample 21:59 Subject Test Refused

0.000Breath Volume 21:59

0.000Air Blank 22:00

0.083Control Test 22:00

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 12/04/2019 20:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4611/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:14

Suwannee County SO

DEAS,ALFRED

08/05/2020

17618080A3

Suwannee County SO

DEAS,ALFRED,A

TISCH

10/30/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.082Control Test 01:39

0.000Air Blank 01:40

# 1Subject Sample 01:40 Subject Test Refused

0.000Breath Volume 01:40

0.000Air Blank 01:40

0.083Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 12/04/2019 20:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:1811/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

02:03

FHP Troop B

MACFADDEN,RYAN

08/05/2020

17618080A3

FHP Troop B

MACFADDEN,RYAN,E

OWENS

10/30/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:31

# 1 0.166Subject Sample 02:31

3.941Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.168Subject Sample 02:34

3.261Breath Volume 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 12/04/2019 20:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:5411/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:25

FHP Troop B

MACFADDEN,RYAN

08/05/2020

17618080A3

FHP Troop B

MACFADDEN,RYAN,E

WILLIAMS

10/30/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.083Control Test 03:57

0.000Air Blank 03:57

# 1 0.094Subject Sample 03:58

1.503Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2 0.093Subject Sample 04:01

2.296Breath Volume 04:01

0.000Air Blank 04:01

0.083Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 12/04/2019 20:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000780CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:0911/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

19:52

FHP Troop B

DRYDEN,JOHN

08/05/2020

17618080A3

FHP Troop B

DRYDEN,JOHN,E

COLE

11/30/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.082Control Test 21:09

0.000Air Blank 21:09

# 1 0.173Subject Sample 21:10

3.277Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:12

# 2 0.167Subject Sample 21:13

2.644Breath Volume 21:13

0.000Air Blank 21:14

0.081Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 12/04/2019 20:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:0511/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:50

FHP Troop A

GENTRY,JONATHAN

04/07/2020

770784

FHP Troop A

GENTRY,JONATHAN,P

BARBOUR

10/01/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.083Control Test 21:29

0.000Air Blank 21:30

# 1 0.171Subject Sample 21:33

2.820Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:35

# 2 0.164Subject Sample 21:36

2.437Breath Volume 21:36

0.000Air Blank 21:37

0.077Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 11/05/2019 23:53

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:4711/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:13

FHP Troop A

LEWIS,TIMOTHY

04/07/2020

770784

FHP Troop A

LEWIS,TIMOTHY,B

PETTINEN

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:10

0.083Control Test 05:10

0.000Air Blank 05:11

# 1 0.133Subject Sample 05:11

2.484Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.135Subject Sample 05:15

1.433Breath Volume 05:15

0.000Air Blank 05:15

0.082Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:16:5811/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:50

10:38

FHP Troop A

WAGNER,BRETT

04/07/2020

770784

FHP Troop A

WAGNER,BRETT,M

LOGAN

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:10

0.000Air Blank 11:10

0.082Control Test 11:11

0.000Air Blank 11:11

# 1 0.000Subject Sample 11:12

3.367Breath Volume 11:12

0.000Air Blank 11:12

0.000Air Blank 11:14

# 2 0.000Subject Sample 11:15

3.140Breath Volume 11:15

0.000Air Blank 11:16

0.082Control Test 11:16

0.000Air Blank 11:16

OKDiagnostics Check 11:16

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:4111/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:05

FHP Troop A

LINCOLN,TREY

04/07/2020

770784

FHP Troop A

LINCOLN,TREY,B

KURTZ

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.084Control Test 21:59

0.000Air Blank 22:00

# 1 0.249Subject Sample 22:01

2.312Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.253Subject Sample 22:04

2.925Breath Volume 22:04

0.000Air Blank 22:05

0.079Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3211/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

00:57

FHP Troop A

LEWIS,TIMOTHY

04/07/2020

770784

FHP Troop A

LEWIS,TIMOTHY,B

RABON

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.084Control Test 02:31

0.000Air Blank 02:32

# 1 0.099Subject Sample 02:32

1.496Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.099Subject Sample 02:35

1.832Breath Volume 02:35

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:1211/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:37

FHP Troop A

LEWIS,TIMOTHY

04/07/2020

770784

FHP Troop A

LEWIS,TIMOTHY,B

JONES

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.083Control Test 03:24

0.000Air Blank 03:24

# 1 0.192Subject Sample 03:25

1.722Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.200Subject Sample 03:28

2.199Breath Volume 03:28

0.000Air Blank 03:29

0.082Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:5211/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:53

FHP Troop A

BOWMAN,JOANNA

04/07/2020

770784

FHP Troop A

BOWMAN,JOANNA,N

MUSICARO

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.083Control Test 22:01

0.000Air Blank 22:02

# 1Subject Sample 22:02 Subject Test Refused

0.000Breath Volume 22:02

0.000Air Blank 22:02

0.084Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:04:4511/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:37

17:11

FHP Troop A

SAWYER,DARRYL

04/07/2020

770784

FHP Troop A

SAWYER,DARRYL,B

VEULEMAN

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.083Control Test 17:58

0.000Air Blank 17:59

# 1 0.030Subject Sample 18:00

1.246Breath Volume 18:00

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.029Subject Sample 18:03

1.183Breath Volume 18:03

0.000Air Blank 18:03

0.083Control Test 18:04

0.000Air Blank 18:04

OKDiagnostics Check 18:04

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:36:4411/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

17:28

FHP Troop A

YASUDA,SHOHEI

04/07/2020

770784

FHP Troop A

YASUDA,SHOHEI,

ESPINOZA

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:36

Air Blank 18:36 RFI Detect

Air Blank 18:36 RFI Detect

Data Download Date/Time: 12/12/2019 01:43

14 February 2020

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:1811/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

17:28

FHP Troop A

YASUDA,SHOHEI

04/07/2020

770784

FHP Troop A

YASUDA,SHOHEI,

ESPINOZA

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:40

0.083Control Test 18:41

0.000Air Blank 18:41

# 1Subject Sample 18:41 Subject Test Refused

0.000Breath Volume 18:41

0.000Air Blank 18:42

0.082Control Test 18:42

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:4111/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:26

FHP Troop A

SISK,CARLOS

04/07/2020

770784

FHP Troop A

SISK,CARLOS,M

MILLER

11/05/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:15

0.000Air Blank 19:15

0.083Control Test 19:16

0.000Air Blank 19:16

# 1 0.202Subject Sample 19:17

2.164Breath Volume 19:17

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.202Subject Sample 19:20

2.898Breath Volume 19:20

0.000Air Blank 19:21

0.080Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 12/12/2019 01:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:0011/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:45

Gulf Breeze PD

SIMMS,KYLE

02/19/2022

1094494

Gulf Breeze PD

SIMMS,KYLE,N

TELLEZ

10/19/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:08

0.081Control Test 00:09

0.000Air Blank 00:09

# 1 0.146Subject Sample 00:10

2.515Breath Volume 00:10

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.155Subject Sample 00:13

2.796Breath Volume 00:13

0.000Air Blank 00:14

0.082Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:15

Data Download Date/Time: 11/22/2019 17:45

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:0711/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:22

05:36

FHP Troop L

PREVIL,LUXERNE

04/05/2021

03519080A5

FHP Troop L

PREVIL,LUXERNE,

MOORE

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:42

0.000Air Blank 06:43

0.079Control Test 06:43

0.000Air Blank 06:44

# 1 0.140Subject Sample 06:44

1.449Breath Volume 06:44

0.000Air Blank 06:45

0.000Air Blank 06:46

# 2 0.147Subject Sample 06:47

1.582Breath Volume 06:47

0.000Air Blank 06:48

0.079Control Test 06:48

0.000Air Blank 06:49

OKDiagnostics Check 06:49

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0911/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:49

FHP Troop L

HAGGARD,RICKY

04/05/2021

03519080A5

FHP Troop L

HAGGARD,RICKY,J

AMODEI

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.081Control Test 23:12

0.000Air Blank 23:13

# 1 0.081Subject Sample 23:13

2.062Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.078Subject Sample 23:16

1.250Breath Volume 23:16

0.000Air Blank 23:17

0.078Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:51:1011/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:24

12:24

Fort Pierce PD

FOSTER,SAMANTHA

04/05/2021

03519080A5

Fort Pierce PD

FOSTER,SAMANTHA,J

COBB

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:44

0.000Air Blank 12:45

0.080Control Test 12:45

0.000Air Blank 12:46

# 1 0.000Subject Sample 12:46

2.085Breath Volume 12:46

0.000Air Blank 12:47

0.000Air Blank 12:49

# 2 0.000Subject Sample 12:49

1.511Breath Volume 12:49

0.000Air Blank 12:50

0.081Control Test 12:50

0.000Air Blank 12:51

OKDiagnostics Check 12:51

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:2311/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:51

St. Lucie County SO

VALENCIA,N

04/05/2021

03519080A5

St. Lucie County SO

KIRCHNER,MATTHEW,J

GIVANS

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:37

# 1Subject Sample 21:40 No Sample Provided

0.000Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2Subject Sample 21:46 No Sample Provided

0.000Breath Volume 21:46

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:5211/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:51

St. Lucie County SO

VALENCIA,N

04/05/2021

03519080A5

St. Lucie County SO

KIRCHNER,MATTHEW,J

GIVANS

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:56

# 1 0.174Subject Sample 21:57

2.039Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 21:59

# 2 0.176Subject Sample 22:00

2.312Breath Volume 22:00

0.000Air Blank 22:00

0.079Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:2911/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:36

St. Lucie County SO

LIMB,HUNTER

04/05/2021

03519080A5

St. Lucie County SO

LIMB,HUNTER,

GARCIA

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

# 1 0.246Subject Sample 02:26

1.523Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.252Subject Sample 02:29

1.734Breath Volume 02:29

0.000Air Blank 02:30

0.078Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:0811/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:05

FHP Troop L

PEREZ,RICKY

04/05/2021

03519080A5

FHP Troop L

PEREZ,RICKY,

POPE

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.329Subject Sample 22:32

1.671Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.353Subject Sample 22:35

2.101Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 3 0.359Subject Sample 22:38

2.359Breath Volume 22:38

0.000Air Blank 22:39

0.078Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:1411/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

18:00

Fort Pierce PD

QUILES,ALEXANDER

04/05/2021

03519080A5

Fort Pierce PD

QUILES,ALEXANDER,

ALVAERZ RODRIGUEZ

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:52

0.080Control Test 18:52

0.000Air Blank 18:53

# 1 0.051Subject Sample 18:53

3.632Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.049Subject Sample 18:56

3.593Breath Volume 18:56

0.000Air Blank 18:57

0.080Control Test 18:57

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:4311/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

00:51

St. Lucie County SO

MONDRAGON,LIONEL

04/05/2021

03519080A5

St. Lucie County SO

HALL,RICHARD,D

JOHNSON

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

# 1 0.000Subject Sample 02:19

2.632Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:22

# 2 0.000Subject Sample 02:22

3.253Breath Volume 02:22

0.000Air Blank 02:22

0.079Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:44:2711/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:17

07:08

Fort Pierce PD

STOKES,SHAYNE

04/05/2021

03519080A5

Fort Pierce PD

STOKES,SHAYNE,R

JONES

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:37

0.000Air Blank 07:38

0.079Control Test 07:38

0.000Air Blank 07:39

# 1 0.219Subject Sample 07:39

1.671Breath Volume 07:39

0.000Air Blank 07:40

0.000Air Blank 07:42

# 2 0.219Subject Sample 07:42

3.394Breath Volume 07:42

0.000Air Blank 07:43

0.078Control Test 07:43

0.000Air Blank 07:44

OKDiagnostics Check 07:44

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:2611/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

18:41

Fort Pierce PD

ANTON,NICHOLAS

04/05/2021

03519080A5

Fort Pierce PD

ANTON,NICHOLAS,A

BROWN

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.080Control Test 21:45

0.000Air Blank 21:46

# 1Subject Sample 21:49 No Sample Provided

0.000Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.000Subject Sample 21:52

2.105Breath Volume 21:52

0.000Air Blank 21:52

0.000Air Blank 21:54

# 3 0.000Subject Sample 21:55

2.554Breath Volume 21:55

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:3411/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

21:01

St. Lucie County SO

HALL,RICHARD

04/05/2021

03519080A5

St. Lucie County SO

HALL,RICHARD,D

GARCIA

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

# 1 0.185Subject Sample 21:54

1.648Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.176Subject Sample 21:58

1.164Breath Volume 21:58

0.000Air Blank 21:58

0.080Control Test 21:58

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2811/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:49

Fort Pierce PD

ANTON,NICHOLAS

04/05/2021

03519080A5

Fort Pierce PD

ANTON,NICHOLAS,A

SLATER BROWN

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

# 1 0.281Subject Sample 02:18

1.632Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.294Subject Sample 02:21

1.527Breath Volume 02:21

0.000Air Blank 02:22

0.078Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:2011/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:43

St. Lucie County SO

SCUOPPO,ANTHONY

04/05/2021

03519080A5

St. Lucie County SO

SCUOPPO,ANTHONY,M

HERNANDEZ BAEZ

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

# 1 0.236Subject Sample 00:31

2.730Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.240Subject Sample 00:34

2.847Breath Volume 00:34

0.000Air Blank 00:35

0.078Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:37:3511/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:07

15:18

St. Lucie County SO

HOLBERT,ERIC

04/05/2021

03519080A5

St. Lucie County SO

HOLBERT,ERIC,R

DEIHL

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:31

0.000Air Blank 16:31

0.080Control Test 16:31

0.000Air Blank 16:32

# 1 0.202Subject Sample 16:32

3.562Breath Volume 16:32

0.000Air Blank 16:33

0.000Air Blank 16:35

# 2 0.212Subject Sample 16:36

3.851Breath Volume 16:36

0.000Air Blank 16:36

0.080Control Test 16:36

0.000Air Blank 16:37

OKDiagnostics Check 16:37

Data Download Date/Time: 11/20/2019 14:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:36:3911/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:38

Fort Pierce PD

ANTON,NICHOLAS

04/05/2021

03519080A5

Fort Pierce PD

QUILES,ALEXANDER,

RAMIRES GONZALES

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

# 1 0.230Subject Sample 17:30

1.730Breath Volume 17:30

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.230Subject Sample 17:34

2.367Breath Volume 17:34

0.000Air Blank 17:35

0.078Control Test 17:36

0.000Air Blank 17:36

OKDiagnostics Check 17:36

Data Download Date/Time: 11/20/2019 14:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3411/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:01

St. Lucie County SO

SCUOPPO,ANTHONY

04/05/2021

03519080A5

St. Lucie County SO

SCUOPPO,ANTHONY,M

MCILVAIN

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

# 1 0.163Subject Sample 01:52

2.281Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.173Subject Sample 01:55

2.878Breath Volume 01:55

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 11/20/2019 14:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:5411/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:51

St. Lucie County SO

MIANO,MELISSA

04/05/2021

03519080A5

FFWCC (West Palm)

SCUOPPO,ANTHONY,M

GOMES

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1 0.097Subject Sample 03:58 Volume Not Met

0.101Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2Subject Sample 04:03 Subject Test Refused

0.222Breath Volume 04:03

0.000Air Blank 04:03

0.079Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 11/20/2019 14:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:3111/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

02:51

FFWCC (West Palm)

MIANO,MELISSA

04/05/2021

03519080A5

FFWCC (West Palm)

MIANO,MELISSA,A

GOMES

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.080Control Test 05:17

0.000Air Blank 05:17

# 1 0.080Subject Sample 05:18

1.476Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.076Subject Sample 05:21

1.472Breath Volume 05:21

0.000Air Blank 05:22

0.078Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 11/20/2019 14:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:5611/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

19:44

St. Lucie County SO

SCUOPPO,ANTHONY

04/05/2021

03519080A5

St. Lucie County SO

SCUOPPO,ANTHONY,M

WILMOTH

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.080Control Test 20:58

0.000Air Blank 20:58

# 1 0.000Subject Sample 20:59

2.117Breath Volume 20:59

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.000Subject Sample 21:02

2.269Breath Volume 21:02

0.000Air Blank 21:03

0.080Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 11/20/2019 14:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:2611/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:15

St. Lucie County SO

LIMB,HUNTER

04/05/2021

03519080A5

St. Lucie County SO

LIMB,HUNTER,

BEAM

10/22/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.079Control Test 21:18

0.000Air Blank 21:19

# 1 0.175Subject Sample 21:20

3.218Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.177Subject Sample 21:23

3.480Breath Volume 21:23

0.000Air Blank 21:24

0.079Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 11/20/2019 14:56

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:47:4611/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:49

St. Lucie County SO

SCUOPPO,ANTHONY

04/05/2021

03519080A5

St. Lucie County SO

SCUOPPO,ANTHONY,M

SANTO

11/20/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.080Control Test 18:41

0.000Air Blank 18:41

# 1 0.175Subject Sample 18:42

1.535Breath Volume 18:42

0.000Air Blank 18:42

0.000Air Blank 18:44

# 2 0.169Subject Sample 18:46

1.445Breath Volume 18:46

0.000Air Blank 18:46

0.080Control Test 18:47

0.000Air Blank 18:47

OKDiagnostics Check 18:47

Data Download Date/Time: 12/20/2019 14:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:1711/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

18:08

Fort Pierce PD

FOSTER,SAMANTHA

04/05/2021

03519080A5

Fort Pierce PD

FOSTER,SAMANTHA,J

GREENE

11/20/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.080Control Test 20:12

0.000Air Blank 20:12

# 1 0.088Subject Sample 20:13

1.679Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.098Subject Sample 20:16

1.140Breath Volume 20:16

0.000Air Blank 20:17

0.080Control Test 20:17

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 12/20/2019 14:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:5811/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:12

St. Lucie County SO

LIMB,HUNTER

04/05/2021

03519080A5

St. Lucie County SO

LIMB,HUNTER,

MCCARTEN

11/20/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:51

# 1 0.118Subject Sample 03:52

2.929Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:54

# 2 0.121Subject Sample 03:55

3.074Breath Volume 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 12/20/2019 14:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:5011/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:55

St. Lucie County SO

SCUOPPO,ANTHONY

04/05/2021

03519080A5

St. Lucie County SO

SCUOPPO,ANTHONY,M

AREYAN ALVARADO

11/20/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.079Control Test 23:32

0.000Air Blank 23:32

# 1 0.177Subject Sample 23:33

2.910Breath Volume 23:33

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.166Subject Sample 23:36

2.304Breath Volume 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 12/20/2019 14:11

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:3611/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:00

Hillsborough Co SO

COSTA,A

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

FOSE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

# 1Subject Sample 22:46 No Sample Provided

0.000Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.000Subject Sample 22:52 Volume Not Met

0.679Breath Volume 22:52

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:0111/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:00

Hillsborough Co SO

COSTA,A

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

FOSE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.077Control Test 22:56

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:59

1.679Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.000Subject Sample 23:02

2.328Breath Volume 23:02

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:04

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:0011/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:38

Hillsborough Co SO

ANDREWS,S

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

ALVAREZ II

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

# 1 0.041Subject Sample 02:23

1.273Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.045Subject Sample 02:26

3.332Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:28

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3511/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:39

Hillsborough Co SO

BARLAUG,G

12/05/2020

28818080A1

Tampa PD

BARNES AVERY,D,C

SORIANO

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

# 1 0.111Subject Sample 03:30

2.441Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.112Subject Sample 03:33

2.453Breath Volume 03:33

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:5611/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:46

Hillsborough Co SO

DEJESUS,V

12/05/2020

28818080A1

Hillsborough Co SO

TORRES,JENIFER,

CAYETANO-MARCELO

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:40

# 1 0.193Subject Sample 21:41

2.273Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:43

# 2 0.194Subject Sample 21:44

2.406Breath Volume 21:44

0.000Air Blank 21:45

0.078Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:2811/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:36

Hillsborough Co SO

VISSER,A

12/05/2020

28818080A1

Tampa PD

BARNES AVERY,D,C

MALONE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.079Control Test 23:13

0.000Air Blank 23:14

# 1Subject Sample 23:17 No Sample Provided

0.000Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2Subject Sample 23:20 Subject Test Refused

0.000Breath Volume 23:20

0.000Air Blank 23:20

0.080Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:1611/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:39

Hillsborough Co SO

KLENOFSKY,A

12/05/2020

28818080A1

Hillsborough Co SO

TORRES,JENIFER,

PARRY

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.080Control Test 00:37

0.000Air Blank 00:37

# 1 0.159Subject Sample 00:38

3.515Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.154Subject Sample 00:41

3.496Breath Volume 00:41

0.000Air Blank 00:42

0.078Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:0611/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:27

Hillsborough Co SO

FISHER,T

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

CARRIER

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:10

# 1 0.070Subject Sample 02:11

2.972Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2 0.068Subject Sample 02:14

2.792Breath Volume 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:37:5711/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:11

07:46

Hillsborough Co SO

FAYAO,J

12/05/2020

28818080A1

Hillsborough Co SO

SIMMONS,ANGELA,V

RICHARD

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:31

0.000Air Blank 08:31

0.080Control Test 08:32

0.000Air Blank 08:32

# 1 0.193Subject Sample 08:33

3.132Breath Volume 08:33

0.000Air Blank 08:33

0.000Air Blank 08:35

# 2 0.198Subject Sample 08:36

3.421Breath Volume 08:36

0.000Air Blank 08:37

0.079Control Test 08:37

0.000Air Blank 08:37

OKDiagnostics Check 08:37

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:3311/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:34

Hillsborough Co SO

BARLAUG,G

12/05/2020

28818080A1

Tampa PD

DAIL,JULIE,A

WILLIAMS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

# 1 0.115Subject Sample 22:17

2.960Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.116Subject Sample 22:21

3.203Breath Volume 22:21

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:3811/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:45

Hillsborough Co SO

FISHER,T

12/05/2020

28818080A1

Hillsborough Co SO

DISMORE,NANCY,J

FELLOWS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.079Control Test 02:30

0.000Air Blank 02:30

# 1 0.000Subject Sample 02:31

3.250Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.000Subject Sample 02:34

1.519Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:1211/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

21:37

Hillsborough Co SO

VISSER,A

12/05/2020

28818080A1

Tampa PD

MONTGOMERY,ALECIA,L

HODGES

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

# 1Subject Sample 23:11 No Sample Provided

0.000Breath Volume 23:11

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2Subject Sample 23:16 No Sample Provided

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:0811/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

21:37

Hillsborough Co SO

VISSER,A

12/05/2020

28818080A1

Tampa PD

MONTGOMERY,ALECIA,L

HODGES

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:33

# 1 0.000Subject Sample 23:35

1.769Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.000Subject Sample 23:38

1.210Breath Volume 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:1111/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:17

Hillsborough Co SO

BAILEY,D

12/05/2020

28818080A1

Tampa PD

MONTGOMERY,ALECIA,L

RAPHAEL JR

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1 0.272Subject Sample 23:03

2.398Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.278Subject Sample 23:06

2.191Breath Volume 23:06

0.000Air Blank 23:07

0.078Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:3511/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

01:54

Hillsborough Co SO

ANDREWS,S

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

BARRIOS-VAZQUEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

# 1 0.210Subject Sample 01:57

1.332Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 01:59

# 2 0.219Subject Sample 02:01

1.968Breath Volume 02:01

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:0711/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:51

Hillsborough Co SO

GARRELL,Q

12/05/2020

28818080A1

Plant City PD

BARNES AVERY,D,C

JIMENEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

# 1 0.257Subject Sample 02:50

1.785Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.201Subject Sample 02:56 Volume Not Met

0.019Breath Volume 02:56

0.000Air Blank 02:56

0.000Air Blank 02:58

# 3Subject Sample 03:01 No Sample Provided

0.000Breath Volume 03:01

0.000Air Blank 03:02

0.077Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5511/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:51

Hillsborough Co SO

GARRELL,Q

12/05/2020

28818080A1

Plant City PD

BARNES AVERY,D,C

JIMENEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:06

# 1 0.247Subject Sample 03:07

1.953Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.211Subject Sample 03:13 Volume Not Met

0.000Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 3 0.239Subject Sample 03:19

2.000Breath Volume 03:19

0.000Air Blank 03:19

0.078Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:3211/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:56

18:08

Hillsborough Co SO

VASALLO,Y

12/05/2020

28818080A1

Plant City PD

MONTGOMERY,ALECIA,L

MYERS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:16

0.000Air Blank 19:17

0.080Control Test 19:17

0.000Air Blank 19:18

# 1 0.221Subject Sample 19:18

2.351Breath Volume 19:18

0.000Air Blank 19:19

0.000Air Blank 19:21

# 2 0.222Subject Sample 19:21

2.726Breath Volume 19:21

0.000Air Blank 19:22

0.079Control Test 19:22

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:1011/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:25

Hillsborough Co SO

DRISCOLL,B

12/05/2020

28818080A1

Hillsborough Co SO

DAIL,JULIE,A

RAMOS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.080Control Test 03:19

0.000Air Blank 03:19

# 1 0.159Subject Sample 03:20

2.398Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.153Subject Sample 03:23

1.941Breath Volume 03:23

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:5311/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:22

Hillsborough Co SO

ANDREWS,S

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

RUSULIS JR

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:17

# 1 0.130Subject Sample 05:18

1.835Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.133Subject Sample 05:21

2.820Breath Volume 05:21

0.000Air Blank 05:21

0.080Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:2111/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

18:54

Hillsborough Co SO

ARCHAMBEAU,M

12/05/2020

28818080A1

Hillsborough Co SO

TORRES,JENIFER,

RIVERA PACHECO

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:38

0.081Control Test 19:38

0.000Air Blank 19:39

# 1 0.163Subject Sample 19:39

2.339Breath Volume 19:39

0.000Air Blank 19:40

0.000Air Blank 19:42

# 2 0.159Subject Sample 19:42

1.480Breath Volume 19:42

0.000Air Blank 19:43

0.079Control Test 19:43

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:1611/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:19

Hillsborough Co SO

COSTA,A

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

GUTIERREZ-RAMIREZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

# 1Subject Sample 21:32 Subject Test Refused

0.000Breath Volume 21:32

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3611/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:55

Hillsborough Co SO

BLANCHARD,J

12/05/2020

28818080A1

Tampa PD

TORRES,JENIFER,

CHALMERS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

# 1Subject Sample 02:37 No Sample Provided

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2Subject Sample 02:43 No Sample Provided

0.000Breath Volume 02:43

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:3111/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

02:50

Hillsborough Co SO

DRISCOLL,B

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

MATEO

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:51

# 1 0.090Subject Sample 03:51

1.140Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.088Subject Sample 03:54

1.308Breath Volume 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:2811/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

05:15

Hillsborough Co SO

SCHAEFER,J

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

MARIE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 05:59

0.080Control Test 06:00

0.000Air Blank 06:00

# 1 0.179Subject Sample 06:01

1.785Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.178Subject Sample 06:05

2.296Breath Volume 06:05

0.000Air Blank 06:06

0.080Control Test 06:06

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:24:5011/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:52

06:15

Hillsborough Co SO

WASHINGTON,D

12/05/2020

28818080A1

Hillsborough Co SO

SNYDER,MELONIE,E

GUZMAN

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:13

0.000Air Blank 07:13

0.080Control Test 07:14

0.000Air Blank 07:14

# 1 0.142Subject Sample 07:17 Volume Not Met

0.203Breath Volume 07:17

0.000Air Blank 07:18

0.000Air Blank 07:20

# 2 0.147Subject Sample 07:23 Volume Not Met

0.277Breath Volume 07:23

0.000Air Blank 07:23

0.078Control Test 07:24

0.000Air Blank 07:24

OKDiagnostics Check 07:24

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:35:0611/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:52

06:15

Hillsborough Co SO

WASHINGTON,D

12/05/2020

28818080A1

Hillsborough Co SO

SNYDER,MELONIE,E

GUZMAN

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:26

0.000Air Blank 07:27

0.079Control Test 07:27

0.000Air Blank 07:28

# 1 0.159Subject Sample 07:29

1.378Breath Volume 07:29

0.000Air Blank 07:30

0.000Air Blank 07:32

# 2 0.174Subject Sample 07:33

1.105Breath Volume 07:33

0.000Air Blank 07:34

0.078Control Test 07:34

0.000Air Blank 07:35

OKDiagnostics Check 07:35

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:1211/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:59

16:35

Hillsborough Co SO

DURIG,M

12/05/2020

28818080A1

Hillsborough Co SO

SNYDER,MELONIE,E

ROUSSEAU

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:20

0.000Air Blank 17:20

0.080Control Test 17:21

0.000Air Blank 17:21

# 1 0.283Subject Sample 17:22

2.132Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2 0.287Subject Sample 17:25

2.812Breath Volume 17:25

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0811/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:59

Hillsborough Co SO

WASHINGTON,D

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

DUMERVIL

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.080Control Test 22:48

0.000Air Blank 22:48

# 1 0.155Subject Sample 22:51

2.109Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.148Subject Sample 22:54

1.542Breath Volume 22:54

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:1711/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:02

Hillsborough Co SO

BARLAUG,G

12/05/2020

28818080A1

Tampa PD

TORRES,JENIFER,

STEPP

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.080Control Test 00:47

0.000Air Blank 00:47

# 1 0.230Subject Sample 00:50

1.226Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.212Subject Sample 00:54

1.203Breath Volume 00:54

0.000Air Blank 00:55

0.079Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2211/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:42

Hillsborough Co SO

WASHINGTON,D

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

WRIGHT

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:33

# 1 0.113Subject Sample 02:36

2.773Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.118Subject Sample 02:39

2.820Breath Volume 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1911/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

01:45

01:15

Hillsborough Co SO

FISHER,T

12/05/2020

28818080A1

Hillsborough Co SO

TORRES,JENIFER,

VOELS JR

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.080Control Test 03:05

0.000Air Blank 03:05

# 1 0.186Subject Sample 03:06

3.082Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:08

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:5511/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:52

Hillsborough Co SO

BARLAUG,G

12/05/2020

28818080A1

Tampa PD

MCMINN,KATHY,

NILES

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.190Subject Sample 03:45

1.125Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.195Subject Sample 03:48

1.664Breath Volume 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:4011/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:49

Hillsborough Co SO

DEJESUS,V

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SCHULTE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:44

# 1 0.133Subject Sample 00:46

3.046Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.134Subject Sample 00:49

2.722Breath Volume 00:49

0.000Air Blank 00:49

0.079Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:4011/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

23:21

Hillsborough Co SO

WASHINGTON,D

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

FRASER

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

# 1 0.161Subject Sample 23:37

1.851Breath Volume 23:37

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.162Subject Sample 23:40

3.746Breath Volume 23:40

0.000Air Blank 23:40

0.079Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:3711/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:26

Hillsborough Co SO

DRISCOLL,B

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

DO NASCIMENTO MOREIR

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

# 1 0.134Subject Sample 02:19

1.984Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.128Subject Sample 02:21

1.738Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:08:4611/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:42

07:36

Hillsborough Co SO

ANDERSON,C

12/05/2020

28818080A1

FHP Troop C

SNYDER,MELONIE,E

BALL

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:02

0.000Air Blank 09:02

0.080Control Test 09:03

0.000Air Blank 09:03

# 1 0.262Subject Sample 09:04

2.058Breath Volume 09:04

0.000Air Blank 09:04

0.000Air Blank 09:06

# 2 0.255Subject Sample 09:07

2.316Breath Volume 09:07

0.000Air Blank 09:07

0.079Control Test 09:08

0.000Air Blank 09:08

OKDiagnostics Check 09:08

Data Download Date/Time: 12/04/2019 19:01

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:3911/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

04:49

Hillsborough Co SO

KLENOFSKY,A

12/05/2020

28818080A1

Hillsborough Co SO

BARNES AVERY,D,C

LEYVA HERNANDEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:47

0.000Air Blank 05:47

0.080Control Test 05:48

0.000Air Blank 05:48

# 1 0.200Subject Sample 05:49

1.289Breath Volume 05:49

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.201Subject Sample 05:53

1.531Breath Volume 05:53

0.000Air Blank 05:53

0.078Control Test 05:54

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:2311/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:47

Hillsborough Co SO

VISSER,A

12/05/2020

28818080A1

Tampa PD

MONTGOMERY,ALECIA,L

TORRES

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.168Subject Sample 01:22

1.683Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.175Subject Sample 01:25

2.957Breath Volume 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:3311/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:26

Hillsborough Co SO

LANDRY,M

12/05/2020

28818080A1

Temple Terrace PD

MONTGOMERY,ALECIA,L

PERRONE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:42

# 1 0.000Subject Sample 01:44

1.679Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.000Subject Sample 01:47

1.164Breath Volume 01:47

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2411/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:14

Hillsborough Co SO

REID,W

12/05/2020

28818080A1

FHP Troop C

DISMORE,NANCY,J

VARDE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

# 1 0.145Subject Sample 04:09

1.132Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:11

# 2 0.145Subject Sample 04:12

1.101Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4411/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:36

Hillsborough Co SO

FISHER,T

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

PEARSON

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.103Subject Sample 02:33

2.109Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.103Subject Sample 02:36

2.531Breath Volume 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3211/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:01

Hillsborough Co SO

DRISCOLL,B

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

DUFRENE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:27

# 1 0.000Subject Sample 01:29

4.187Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.000Subject Sample 01:32

3.656Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:58:2311/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:31

11:03

Hillsborough Co SO

ANGELICCHI,J 3605

12/05/2020

28818080A1

FHP Troop C

SKIPPER,ROGER,G

HARRIS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:52

0.000Air Blank 11:52

0.080Control Test 11:52

0.000Air Blank 11:53

# 1 0.183Subject Sample 11:53

1.628Breath Volume 11:53

0.000Air Blank 11:54

0.000Air Blank 11:56

# 2 0.182Subject Sample 11:56

1.281Breath Volume 11:56

0.000Air Blank 11:57

0.080Control Test 11:57

0.000Air Blank 11:58

OKDiagnostics Check 11:58

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:0611/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:35

Hillsborough Co SO

WASHINGTON,D

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

CARLOZZI

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.081Control Test 22:31

0.000Air Blank 22:31

# 1 0.269Subject Sample 22:32

2.500Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:34

# 2 0.280Subject Sample 22:35

2.292Breath Volume 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:0211/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:19

Hillsborough Co SO

COSTA,A

12/05/2020

28818080A1

Hillsborough Co SO

BARNES AVERY,D,C

DAVIS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:21

# 1 0.000Subject Sample 04:21

1.722Breath Volume 04:21

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.000Subject Sample 04:24

2.136Breath Volume 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:26

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:0911/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

17:52

Hillsborough Co SO

NELSON,G

12/05/2020

28818080A1

Plant City PD

TORRES,JENIFER,

REUST

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:03

0.000Air Blank 19:04

0.080Control Test 19:04

0.000Air Blank 19:04

# 1 0.150Subject Sample 19:07

1.402Breath Volume 19:07

0.000Air Blank 19:08

0.000Air Blank 19:10

# 2 0.155Subject Sample 19:10

1.460Breath Volume 19:10

0.000Air Blank 19:11

0.080Control Test 19:11

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:1211/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:27

Hillsborough Co SO

HALL,L

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

MORALES-SALAZAR

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:29

# 1 0.178Subject Sample 22:29

2.496Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:31

# 2 0.178Subject Sample 22:32

3.093Breath Volume 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:5111/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:32

Hillsborough Co SO

RENDON,R

12/05/2020

28818080A1

Hillsborough Co SO

BARNES AVERY,D,C

HERNANDEZ GONZALEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:32

# 1 0.192Subject Sample 00:35

3.000Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.193Subject Sample 00:38

1.628Breath Volume 00:38

0.000Air Blank 00:38

0.077Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:1411/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:53

Hillsborough Co SO

BAILEY,D

12/05/2020

28818080A1

Tampa PD

TORRES,JENIFER,

GARCIA

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.080Control Test 05:32

0.000Air Blank 05:33

# 1 0.146Subject Sample 05:34

2.687Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.152Subject Sample 05:37

2.042Breath Volume 05:37

0.000Air Blank 05:38

0.080Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:55:5411/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:33

Hillsborough Co SO

DRAKE,R

12/05/2020

28818080A1

FHP Troop C

BARR,BARBARA,H

FOOTE

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:40

0.000Air Blank 13:40

0.080Control Test 13:40

0.000Air Blank 13:41

# 1 0.244Subject Sample 13:44

1.550Breath Volume 13:44

0.000Air Blank 13:45

0.000Air Blank 13:46

# 2 0.188Subject Sample 13:50 Volume Not Met

0.492Breath Volume 13:50

0.000Air Blank 13:50

0.000Air Blank 13:52

# 3 0.231Subject Sample 13:54

1.406Breath Volume 13:54

0.000Air Blank 13:54

0.079Control Test 13:55

0.000Air Blank 13:55

OKDiagnostics Check 13:55

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1611/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:09

Hillsborough Co SO

RODRIGUEZ,D

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

QUINTANA-GONZALEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

# 1 0.218Subject Sample 22:02

1.578Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.222Subject Sample 22:05

1.539Breath Volume 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:3111/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:59

Hillsborough Co SO

BAILEY,D

12/05/2020

28818080A1

Tampa PD

TORRES,JENIFER,

MURPHY JR

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.079Control Test 22:49

0.000Air Blank 22:49

# 1 0.201Subject Sample 22:50

3.250Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:52

# 2 0.199Subject Sample 22:53

3.492Breath Volume 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:5511/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:47

Hillsborough Co SO

DRISCOLL,B

12/05/2020

28818080A1

Hillsborough Co SO

BARNES AVERY,D,C

NOLAND

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

# 1 0.082Subject Sample 23:45

2.199Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:47

# 2 0.083Subject Sample 23:48

2.007Breath Volume 23:48

0.000Air Blank 23:48

0.079Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 12/04/2019 19:02

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0211/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

20:19

Dixie County SO

ANDERSON,SCOTT

10/05/2021

13115080A1

Dixie County SO

SLIM,NANCY,B

SLIM

10/09/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.079Control Test 23:36

0.000Air Blank 23:36

# 1Subject Sample 23:36 Subject Test Refused

0.000Breath Volume 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:38

Data Download Date/Time: 11/27/2019 11:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:5611/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:20

FHP Troop B

WILSON,JOSHUA

06/05/2017

13115080A1

FHP Troop B

WILSON,JOSHUA,B

MORGAN

10/09/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.078Control Test 22:51

0.000Air Blank 22:52

# 1Subject Sample 22:52 Subject Test Refused

0.000Breath Volume 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 11/27/2019 11:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:5811/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:20

FHP Troop B

WILSON,JOSHUA

08/05/2019

17817080A3

FHP Troop B

WILSON,JOSHUA,B

MORGAN

10/09/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:59

0.079Control Test 22:59

0.000Air Blank 23:00

# 1Subject Sample 23:00 Subject Test Refused

0.000Breath Volume 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 11/27/2019 11:26

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:0911/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:31

Belleview PD

ESQUIVEL,CHRISTINA

10/12/2021

1031121

Belleview PD

ESQUIVEL,CHRISTINA,T

SHOOK

11/19/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.081Control Test 22:48

0.000Air Blank 22:49

# 1 0.137Subject Sample 22:49

1.277Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.128Subject Sample 22:52

1.546Breath Volume 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 12/12/2019 15:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:0311/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:51

FHP Troop B

CASTIGLIONE,SALVATORE

10/12/2021

1031121

FHP Troop B

CASTIGLIONE,SALVATORE,M

PFEIFFER

11/19/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:25

# 1 0.167Subject Sample 04:25

3.000Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.161Subject Sample 04:28

3.125Breath Volume 04:28

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:30

Data Download Date/Time: 12/12/2019 15:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:4811/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:00

Marion County SO

BOWMAN,BRYAN

10/12/2021

1031121

Marion County SO

BOWMAN,BRYAN,D

MARTELL OTERO

11/19/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:44

# 1 0.097Subject Sample 00:45

2.058Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:47

# 2 0.101Subject Sample 00:48

2.269Breath Volume 00:48

0.000Air Blank 00:48

0.080Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 12/12/2019 15:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5511/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:15

Marion County SO

BAKER,MATTHEW

10/12/2021

1031121

Marion County SO

BAKER,MATTHEW,D

JACKSON

11/19/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.072Control Test 02:16 Control Outside Tolerance

0.000Air Blank 02:16

Data Download Date/Time: 12/12/2019 15:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0711/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:15

Marion County SO

BAKER,MATTHEW

10/12/2021

1031121

Marion County SO

BAKER,MATTHEW,D

JACKSON

11/19/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.081Control Test 02:19

0.000Air Blank 02:20

# 1 0.366Subject Sample 02:20

2.468Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.361Subject Sample 02:23

2.355Breath Volume 02:23

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 12/12/2019 15:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:5511/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

05:04

FHP Troop B

CASTIGLIONE,SALVATORE

10/12/2021

1031121

FHP Troop B

CASTIGLIONE,SALVATORE,M

VIOLA

11/19/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.081Control Test 05:28

0.000Air Blank 05:28

# 1 0.176Subject Sample 05:29

1.898Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:31

# 2 0.176Subject Sample 05:32

1.890Breath Volume 05:32

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 12/12/2019 15:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:4611/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:20

Marion County SO

RAFFERTY,CHRISTOPHER

10/12/2021

1031121

Marion County SO

RAFFERTY,CHRISTOPHER,J

CAMPBELL

11/19/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.080Control Test 21:25

0.000Air Blank 21:25

# 1 0.061Subject Sample 21:26

2.441Breath Volume 21:26

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.059Subject Sample 21:29

2.226Breath Volume 21:29

0.000Air Blank 21:29

0.080Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 12/12/2019 15:55

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:0411/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:18

Sumter County SO

WARE,GLENN

10/05/2021

22419080A2

Sumter County SO

LETSON,REBECCA,G

DANKEL

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:30

# 1 0.337Subject Sample 23:31

1.765Breath Volume 23:31

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2Subject Sample 23:34 Slope Not Met

0.875Breath Volume 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:36

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3711/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:18

Sumter County SO

WARE,GLENN

10/05/2021

22419080A2

Sumter County SO

LETSON,REBECCA,G

DANKEL

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:39

# 1 0.317Subject Sample 23:40

1.609Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.297Subject Sample 23:42

1.371Breath Volume 23:42

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:2611/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:26

Sumter County SO

ORTIZ,B

10/05/2021

22419080A2

FHP Troop C

BUTTON,EDWIN,C

MANLEY

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.078Control Test 22:31

0.000Air Blank 22:31

# 1Subject Sample 22:32 Subject Test Refused

0.000Breath Volume 22:32

0.000Air Blank 22:32

0.079Control Test 22:32

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:2811/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

23:06

22:39

Sumter County SO

LOMBARDI,ANTHONY

10/05/2021

22419080A2

Sumter County SO

SMITH,TRAVIS,D

HICE

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

# 1 0.168Subject Sample 23:32 Volume Not Met

0.183Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:34

# 2Subject Sample 23:35 Subject Test Refused

0.000Breath Volume 23:35

0.000Air Blank 23:35

0.076Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:35:1411/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:07

09:20

Sumter County SO

RAFFERTY,CHRISTOPHER

10/05/2021

22419080A2

Sumter County SO

LIVERS,DAWN,T

BENTLEY

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:28

0.000Air Blank 10:28

0.080Control Test 10:28

0.000Air Blank 10:29

# 1 0.130Subject Sample 10:29

1.203Breath Volume 10:29

0.000Air Blank 10:30

0.000Air Blank 10:32

# 2 0.129Subject Sample 10:33

1.296Breath Volume 10:33

0.000Air Blank 10:34

0.080Control Test 10:34

0.000Air Blank 10:35

OKDiagnostics Check 10:35

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0111/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:10

Sumter County SO

SCHMIDT,A

10/05/2021

22419080A2

FHP Troop K

BISHOP METZ,FELICIA,B

STEPHENS

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

# 1 0.145Subject Sample 01:32

1.222Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.140Subject Sample 01:37

1.199Breath Volume 01:37

0.000Air Blank 01:38

0.084Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:39

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:1711/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:29

Sumter County SO

GUINANE,JOHN

10/05/2021

22419080A2

Sumter County SO

SMITH,WYATT,M

LAMOREAUX

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.080Control Test 21:36

0.000Air Blank 21:36

# 1Subject Sample 21:36 Subject Test Refused

0.000Breath Volume 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:28:0011/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

06:31

Sumter County SO

LIVINGSTON,ROBERT

10/05/2021

22419080A2

Sumter County SO

RAFFERTY,C,B

HILLS

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:21

0.000Air Blank 08:21

0.080Control Test 08:21

0.000Air Blank 08:22

# 1 0.121Subject Sample 08:22

1.144Breath Volume 08:22

0.000Air Blank 08:23

0.000Air Blank 08:25

# 2 0.110Subject Sample 08:26

1.441Breath Volume 08:26

0.000Air Blank 08:27

0.079Control Test 08:27

0.000Air Blank 08:27

OKDiagnostics Check 08:28

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:53:5111/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:27

14:00

Sumter County SO

KELLY,W

10/05/2021

22419080A2

FHP Troop C

HOLLIS,TERENCE,L

BROWN

11/19/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:47

0.000Air Blank 14:48

0.080Control Test 14:48

0.000Air Blank 14:48

# 1 0.000Subject Sample 14:49

2.027Breath Volume 14:49

0.000Air Blank 14:49

0.000Air Blank 14:51

# 2 0.000Subject Sample 14:52

2.148Breath Volume 14:52

0.000Air Blank 14:52

0.080Control Test 14:53

0.000Air Blank 14:53

OKDiagnostics Check 14:53

Data Download Date/Time: 12/26/2019 10:34

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:0411/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:59

Lake County SO

PITCHER,D

06/07/2021

970670

Lake County SO

CHESSHER,SANDRA,W

GASTON

10/23/2019

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

# 1 0.116Subject Sample 02:23

2.437Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.109Subject Sample 02:26

2.804Breath Volume 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:28

Data Download Date/Time: 11/09/2019 01:33

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3011/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:32

Lake County SO

CHESSHER,SANDI

06/07/2021

970670

Lake County SO

PITCHER,DARRYL,P

JONES

11/09/2019

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.080Control Test 02:45

0.000Air Blank 02:45

# 1 0.136Subject Sample 02:48

1.613Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 2 0.147Subject Sample 02:52

1.542Breath Volume 02:52

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 12/05/2019 19:20

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4211/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:56

Leesburg PD

TYCE,DUSTIN

02/05/2020

34917080A2

Leesburg PD

PINCUS,SETH,B

ANDERSON

10/17/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

# 1Subject Sample 03:37 Subject Test Refused

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.080Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 11/23/2019 09:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:3711/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:40

Leesburg PD

KETCHUM,CHARLES

02/05/2020

34917080A2

Leesburg PD

PINCUS,SETH,B

PACELLI

10/17/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.105Subject Sample 00:22

1.832Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.112Subject Sample 00:28

1.933Breath Volume 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 11/23/2019 09:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:0811/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:14

Leesburg PD

BRACK,J

02/05/2020

34917080A2

Leesburg PD

WALSH,SHANNON,L

BASS

10/17/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:14

# 1 0.138Subject Sample 22:15

2.816Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.140Subject Sample 22:18

2.976Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 11/23/2019 09:13

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:4911/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:58

Leesburg PD

KINNEY,CARRIANNE

02/05/2020

34917080A2

Leesburg PD

PINCUS,SETH,B

BENAVIDES

11/23/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

# 1 0.230Subject Sample 01:00

1.699Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.223Subject Sample 01:06 Volume Not Met

0.152Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:08

# 3 0.200Subject Sample 01:12 Volume Not Met

0.339Breath Volume 01:12

0.000Air Blank 01:12

0.076Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 12/30/2019 15:43

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:2411/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:47

Sumter County SO

SMITH,CHARLES

08/05/2020

13518080A5

Sumter County SO

SMITH,TRAVIS,D

DIXON

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.077Control Test 20:37

0.000Air Blank 20:38

# 1 0.030Subject Sample 20:39

1.699Breath Volume 20:39

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.028Subject Sample 20:41

1.125Breath Volume 20:41

0.000Air Blank 20:42

0.077Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 11/19/2019 14:36

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:03:0011/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

11:51

Sumter County SO

HARM,C

08/05/2020

13518080A5

Sumter County SO

HOLLIS,TERENCE,L

QUENZLER

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:00

0.000Air Blank 13:00

0.078Control Test 13:00

0.000Air Blank 13:01

# 1Subject Sample 13:01 Subject Test Refused

0.000Breath Volume 13:01

0.000Air Blank 13:02

0.077Control Test 13:02

0.000Air Blank 13:02

OKDiagnostics Check 13:03

Data Download Date/Time: 11/19/2019 14:36

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:18:3111/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:29

10:47

Sumter County SO

GLAYZER,ADAM

08/05/2020

13518080A5

Sumter County SO

LIVERS,DAWN,T

TARTER

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:12

0.000Air Blank 12:12

0.077Control Test 12:12

0.000Air Blank 12:13

# 1 0.146Subject Sample 12:14

1.187Breath Volume 12:14

0.000Air Blank 12:14

0.000Air Blank 12:16

# 2 0.146Subject Sample 12:17

1.253Breath Volume 12:17

0.000Air Blank 12:17

0.076Control Test 12:17

0.000Air Blank 12:18

OKDiagnostics Check 12:18

Data Download Date/Time: 11/19/2019 14:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:3311/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:15

Sumter County SO

HALL,JESSE

08/05/2020

13518080A5

Sumter County SO

SMITH,TRAVIS,D

BAYLESS

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.077Control Test 02:52

0.000Air Blank 02:52

# 1Subject Sample 02:53 Subject Test Refused

0.000Breath Volume 02:53

0.000Air Blank 02:53

0.075Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 11/19/2019 14:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:2211/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:54

Sumter County SO

SCMIDT,ANDREW

08/05/2020

13518080A5

FHP Troop C

SMITH,TRAVIS,D

MORALES CASTILLO

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.076Control Test 23:44

0.000Air Blank 23:44

# 1 0.117Subject Sample 23:46

1.468Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.116Subject Sample 23:49

1.812Breath Volume 23:49

0.000Air Blank 23:50

0.076Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 11/19/2019 14:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:51:2211/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

02:59

Sumter County SO

POPE,J

08/05/2020

13518080A5

Wildwood PD

HOLLIS,TERENCE,L

HERRICK

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:48

0.000Air Blank 06:48

0.077Control Test 06:49

0.000Air Blank 06:49

# 1Subject Sample 06:50 Subject Test Refused

0.000Breath Volume 06:50

0.000Air Blank 06:50

0.077Control Test 06:50

0.000Air Blank 06:51

OKDiagnostics Check 06:51

Data Download Date/Time: 11/19/2019 14:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:0111/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:18

Sumter County SO

LETSON,REBECCA

08/05/2020

13518080A5

Sumter County SO

LETSON,REBECCA,G

PRIVITERA

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.078Control Test 20:40

0.000Air Blank 20:40

# 1 0.135Subject Sample 20:41

4.003Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:43

# 2 0.133Subject Sample 20:44

4.234Breath Volume 20:44

0.000Air Blank 20:45

0.076Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:46

Data Download Date/Time: 11/19/2019 14:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:47:0111/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

17:30

Sumter County SO

KELLY,W

08/05/2020

13518080A5

FHP Troop C

BUTTON,EDWIN,C

VITORI

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:42

0.077Control Test 18:42

0.000Air Blank 18:43

# 1Subject Sample 18:45 Subject Test Refused

0.000Breath Volume 18:45

0.000Air Blank 18:46

0.077Control Test 18:46

0.000Air Blank 18:46

OKDiagnostics Check 18:47

Data Download Date/Time: 11/19/2019 14:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:0511/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:29

Sumter County SO

SMITH,CHARLES

08/05/2020

13518080A5

Sumter County SO

SMITH,TRAVIS,D

TIMMONS

10/26/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:23

0.077Control Test 21:23

0.000Air Blank 21:24

# 1 0.115Subject Sample 21:25

1.238Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.116Subject Sample 21:28

1.164Breath Volume 21:28

0.000Air Blank 21:29

0.077Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:30

Data Download Date/Time: 11/19/2019 14:37

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5611/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:13

HILLSBOROUGH CO SO

WASHINGTON,D

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DISMORE,NANCY,J

GONZALEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:03

# 1 0.082Subject Sample 04:04

1.554Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.087Subject Sample 04:07

1.539Breath Volume 04:07

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:2511/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

01:51

HILLSBOROUGH CO SO

WASHINGTON,D

12/05/2020

28818080A1

HILLSBOROUGH CO SO

TORRES,JENIFER,

BORRELL

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:18

# 1 0.151Subject Sample 03:22 Volume Not Met

0.406Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:4111/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

01:51

HILLSBOROUGH CO SO

WASHINGTON,D

12/05/2020

28818080A1

HILLSBOROUGH CO SO

TORRES,JENIFER,

BORRELL

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

# 1 0.169Subject Sample 03:33 Volume Not Met

0.136Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2Subject Sample 03:39 No Sample Provided

0.000Breath Volume 03:39

0.000Air Blank 03:39

0.078Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:5811/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:45

HILLSBOROUGH CO SO

FISHER,T

12/05/2020

28818080A1

HILLSBOROUGH CO SO

MCMINN,KATHY,

VACCA

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:35

# 1Subject Sample 22:39 No Sample Provided

0.000Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2Subject Sample 22:44 No Sample Provided

0.000Breath Volume 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:4211/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:45

HILLSBOROUGH CO SO

FISHER,T

12/05/2020

28818080A1

HILLSBOROUGH CO SO

MCMINN,KATHY,

VACCA

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:02

# 1 0.159Subject Sample 23:04

2.105Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.161Subject Sample 23:08

1.218Breath Volume 23:08

0.000Air Blank 23:08

0.079Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:1011/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:08

HILLSBOROUGH CO SO

MCLAUGHLIN,W

12/05/2020

28818080A1

FHP TROOP C

DAIL,JULIE,A

ZAVALA LORENZANA

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.080Control Test 21:25

0.000Air Blank 21:26

# 1 0.193Subject Sample 21:26

2.281Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.178Subject Sample 21:29

1.195Breath Volume 21:29

0.000Air Blank 21:30

0.081Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:4311/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

00:00

HILLSBOROUGH CO SO

NONE,NONE

12/05/2020

28818080A1

HILLSBOROUGH CO SO

ZILBAR,JACOB,A

ZILBAR

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1 0.121Subject Sample 21:51

1.699Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2Subject Sample 21:56 No Sample Provided

0.000Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:59

# 3Subject Sample 22:01 Subject Test Refused

0.000Breath Volume 22:01

0.000Air Blank 22:01

0.080Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2411/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:50

HILLSBOROUGH CO SO

FERGUSON,D

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DISMORE,NANCY,J

PEREZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:14

# 1 0.050Subject Sample 22:17

1.246Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.050Subject Sample 22:22 Volume Not Met

0.238Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 3 0.052Subject Sample 22:25

2.800Breath Volume 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4811/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:41

HILLSBOROUGH CO SO

RENDON,D

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

RODRIGUEZ CRUZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

# 1 0.167Subject Sample 01:45

1.351Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.167Subject Sample 01:48

2.929Breath Volume 01:48

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:3411/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:47

HILLSBOROUGH CO SO

DEJESUS,V

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

HERRERA-ZUNIGA

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1 0.158Subject Sample 04:28

1.679Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.151Subject Sample 04:31

1.296Breath Volume 04:31

0.000Air Blank 04:31

0.079Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:5511/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

21:54

HILLSBOROUGH CO SO

THORNE,S

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

SHORT

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:54

# 1 0.077Subject Sample 22:55

2.968Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.076Subject Sample 22:58

2.925Breath Volume 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:3611/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:54

HILLSBOROUGH CO SO

RENDON,D

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DISMORE,NANCY,J

ROLEN

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

# 1 0.041Subject Sample 03:45

1.632Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.040Subject Sample 03:49

1.843Breath Volume 03:49

0.000Air Blank 03:49

0.080Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2111/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:14

HILLSBOROUGH CO SO

COSTA,A

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

BRADY

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

# 1 0.085Subject Sample 00:19 Volume Not Met

0.812Breath Volume 00:19

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.090Subject Sample 00:24 Volume Not Met

0.796Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:5311/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:14

HILLSBOROUGH CO SO

COSTA,A

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

BRADY

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

# 1 0.090Subject Sample 00:32

1.328Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.087Subject Sample 00:35

1.265Breath Volume 00:35

0.000Air Blank 00:35

0.078Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:3011/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:26

HILLSBOROUGH CO SO

LYON,M

12/05/2020

28818080A1

TAMPA PD

TORRES,JENIFER,

PASCUAL ESPERON

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.080Control Test 21:28

0.000Air Blank 21:28

# 1 0.189Subject Sample 21:31 Volume Not Met

0.804Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.204Subject Sample 21:34

1.371Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 3 0.200Subject Sample 21:38

1.335Breath Volume 21:38

0.000Air Blank 21:38

0.079Control Test 21:38

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:5411/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:24

HILLSBOROUGH CO SO

ANDREWS,S

12/05/2020

28818080A1

HILLSBOROUGH CO SO

MCMINN,KATHY,

SHONTS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.080Control Test 05:14

0.000Air Blank 05:14

# 1 0.130Subject Sample 05:15

1.812Breath Volume 05:15

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.136Subject Sample 05:18

1.480Breath Volume 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:5911/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:33

HILLSBOROUGH CO SO

ANDREWS,S

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

SAN AUGUSTIN

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:34

0.080Control Test 20:34

0.000Air Blank 20:35

# 1 0.221Subject Sample 20:37

2.238Breath Volume 20:37

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.220Subject Sample 20:40

1.261Breath Volume 20:40

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:41

OKDiagnostics Check 20:41

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4011/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:09

HILLSBOROUGH CO SO

RODRIGUEZ,D

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

HAMMOCK

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.077Subject Sample 02:04

1.183Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.074Subject Sample 02:10

1.421Breath Volume 02:10

0.000Air Blank 02:10

0.081Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5411/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:15

HILLSBOROUGH CO SO

DELORENZO,D

12/05/2020

28818080A1

TEMPLE TERRACE PD

MONTGOMERY,ALECIA,L

MORRIS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

# 1 0.134Subject Sample 03:13

1.753Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.139Subject Sample 03:16

2.734Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 12/04/2019 19:08

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:0011/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:14

HILLSBOROUGH CO SO

BARLAUG,G

12/05/2020

28818080A1

TAMPA PD

MCMINN,KATHY,

SANDOOR

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.080Control Test 01:08

0.000Air Blank 01:08

# 1 0.199Subject Sample 01:10

2.101Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:12

# 2 0.195Subject Sample 01:13

1.238Breath Volume 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:15

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4111/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:39

HILLSBOROUGH CO SO

COSTA,A

12/05/2020

28818080A1

HILLSBOROUGH CO SO

MCMINN,KATHY,

DE PADUA PINALES

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

# 1 0.000Subject Sample 02:34

1.351Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.000Subject Sample 02:38

1.984Breath Volume 02:38

0.000Air Blank 02:38

0.080Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:0011/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:51

HILLSBOROUGH CO SO

BARLAUG,G

12/05/2020

28818080A1

TAMPA PD

TORRES,JENIFER,

JAGDATT

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.184Subject Sample 03:45

1.429Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.172Subject Sample 03:48

1.335Breath Volume 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:50

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:1011/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:07

HILLSBOROUGH CO SO

RODRIGUEZ,D

12/05/2020

28818080A1

HILLSBOROUGH CO SO

TORRES,JENIFER,

SHELTON

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.080Control Test 05:11

0.000Air Blank 05:12

# 1 0.176Subject Sample 05:13

2.527Breath Volume 05:13

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.182Subject Sample 05:16

2.835Breath Volume 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:1111/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:26

HILLSBOROUGH CO SO

COSTA,A

12/05/2020

28818080A1

HILLSBOROUGH CO SO

TORRES,JENIFER,

COURET

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:22

0.000Air Blank 00:22

# 1Subject Sample 00:23 Subject Test Refused

0.000Breath Volume 00:23

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:2111/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

19:08

HILLSBOROUGH CO SO

HALL,L

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

PANTALEON ONTIBEROS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:47

# 1 0.113Subject Sample 19:50 Volume Not Met

0.066Breath Volume 19:50

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.121Subject Sample 19:55 Volume Not Met

0.066Breath Volume 19:55

0.000Air Blank 19:56

0.080Control Test 19:56

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:4011/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

19:08

HILLSBOROUGH CO SO

HALL,L

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

PANTALEON ONTIBEROS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.080Control Test 19:59

0.000Air Blank 20:00

# 1 0.116Subject Sample 20:03 Slope Not Level

1.320Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:05

# 2 0.126Subject Sample 20:09

1.285Breath Volume 20:09

0.000Air Blank 20:09

0.000Air Blank 20:11

# 3 0.120Subject Sample 20:14

1.207Breath Volume 20:14

0.000Air Blank 20:14

0.079Control Test 20:15

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1311/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:35

HILLSBOROUGH CO SO

LYON,M

12/05/2020

28818080A1

TAMPA PD

MONTGOMERY,ALECIA,L

JIMENEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.081Control Test 00:41

0.000Air Blank 00:41

# 1 0.200Subject Sample 00:42

1.140Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.209Subject Sample 00:45

1.214Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:1111/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:02

HILLSBOROUGH CO SO

TABOADA,D

12/05/2020

28818080A1

TAMPA PD

BARNES AVERY,D,C

BROWER

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

# 1 0.142Subject Sample 02:49

1.605Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.148Subject Sample 02:52

1.640Breath Volume 02:52

0.000Air Blank 02:53

0.079Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:1811/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:38

HILLSBOROUGH CO SO

KLENOFSKY,A

12/05/2020

28818080A1

HILLSBOROUGH CO SO

MONTGOMERY,ALECIA,L

MARTINEZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:40

# 1 0.159Subject Sample 03:41

1.578Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.161Subject Sample 03:44

1.386Breath Volume 03:44

0.000Air Blank 03:45

0.080Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:5711/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:30

HILLSBOROUGH CO SO

BALANCHARD,J

12/05/2020

28818080A1

TAMPA PD

MONTGOMERY,ALECIA,L

BANAGAS-VILLATORO

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.080Control Test 05:15

0.000Air Blank 05:16

# 1 0.167Subject Sample 05:17

1.777Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.182Subject Sample 05:20

1.480Breath Volume 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:3711/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:22

HILLSBOROUGH CO SO

LEBOVITZ,A

12/05/2020

28818080A1

TEMPLE TERRACE PD

DAIL,JULIE,A

WILKES

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.079Control Test 00:12

0.000Air Blank 00:13

# 1 0.140Subject Sample 00:14

2.109Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.138Subject Sample 00:18

2.109Breath Volume 00:18

0.000Air Blank 00:18

0.079Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0611/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:10

HILLSBOROUGH CO SO

BLANCHARD,J

12/05/2020

28818080A1

TAMPA PD

DAIL,JULIE,A

RAMIREZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:47

# 1 0.025Subject Sample 00:47

2.531Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.026Subject Sample 00:50

2.042Breath Volume 00:50

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:3711/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:05

HILLSBOROUGH CO SO

BAILEY,D

12/05/2020

28818080A1

TAMPA PD

BARNES AVERY,D,C

RAMIREZ SUAREZ

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 21:00

# 1 0.207Subject Sample 21:01

2.546Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.181Subject Sample 21:07 Volume Not Met

0.210Breath Volume 21:07

0.000Air Blank 21:07

0.000Air Blank 21:09

# 3 0.195Subject Sample 21:10

2.042Breath Volume 21:10

0.000Air Blank 21:10

0.077Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:3711/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:56

HILLSBOROUGH CO SO

DOBSON,B

12/05/2020

28818080A1

HILLSBOROUGH CO SO

TORRES,JENIFER,

HAIG

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

# 1 0.218Subject Sample 23:44

2.085Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.209Subject Sample 23:48

1.343Breath Volume 23:48

0.000Air Blank 23:48

0.080Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0611/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:43

HILLSBOROUGH CO SO

THORNE,S

12/05/2020

28818080A1

HILLSBOROUGH CO SO

MCMINN,KATHY,

MILLS

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

# 1 0.125Subject Sample 03:25

2.507Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.130Subject Sample 03:28

3.675Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:3311/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:26

HILLSBOROUGH CO SO

KLENOFSKY,A

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DISMORE,NANCY,J

SILVER

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

# 1 0.176Subject Sample 02:26

1.238Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.177Subject Sample 02:29

2.097Breath Volume 02:29

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1611/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:07

HILLSBOROUGH CO SO

DRISCOLL,B

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DISMORE,NANCY,J

CERNAN

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:5711/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:28

HILLSBOROUGH CO SO

COSTA,A

12/05/2020

28818080A1

HILLSBOROUGH CO SO

DAIL,JULIE,A

BUNN

11/06/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.080Control Test 02:36

0.000Air Blank 02:36

# 1 0.070Subject Sample 02:37

1.832Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.066Subject Sample 02:40

1.753Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 12/04/2019 19:09

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:5311/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:43

Martin County SO

WILKES,JOHN

05/05/2020

05218080A4

Martin County SO

WILKES,JOHN,D

BABINGTON

10/04/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:58

# 1 0.170Subject Sample 00:02 Volume Not Met

0.210Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.173Subject Sample 00:05

1.742Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 3 0.176Subject Sample 00:08

1.257Breath Volume 00:08

0.000Air Blank 00:08

0.079Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 11/03/2019 22:40

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:0311/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:09

FHP Troop K

LAMPIASI,JAKE

05/05/2020

05218080A4

FHP Troop K

LAMPIASI,JAKE,L

COGSIL

10/04/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

# 1Subject Sample 00:19 Subject Test Refused

0.000Breath Volume 00:19

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:21

Data Download Date/Time: 11/03/2019 22:40

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:1811/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:50

Sewall's Point PD

GONZALEZ,SEBASTIEN

05/05/2020

05218080A4

Sewall's Point PD

GONZALEZ,SEBASTIEN,A

MOSS

10/04/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

# 1 0.127Subject Sample 01:43

1.527Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.125Subject Sample 01:46

1.687Breath Volume 01:46

0.000Air Blank 01:47

0.077Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 11/03/2019 22:40

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:0311/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:38

Martin County SO

WILKES,JOHN

05/05/2020

05218080A4

Martin County SO

WILKES,JOHN,D

THOMAS

10/04/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.080Control Test 18:14

0.000Air Blank 18:15

# 1 0.399Subject Sample 18:16

2.707Breath Volume 18:16

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2 0.392Subject Sample 18:19

2.609Breath Volume 18:19

0.000Air Blank 18:20

0.078Control Test 18:20

0.000Air Blank 18:20

OKDiagnostics Check 18:21

Data Download Date/Time: 11/03/2019 22:40

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:5111/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

20:43

FFWCC (West Palm)

HUDSON,DILLAN

05/05/2020

05218080A4

FFWCC (West Palm)

HUDSON,DILLAN,R

MAYNARD

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.079Control Test 21:50

0.000Air Blank 21:51

# 1Subject Sample 21:51 Subject Test Refused

0.000Breath Volume 21:51

0.000Air Blank 21:51

0.078Control Test 21:52

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:2711/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:44

Stuart PD

ISHAM,MATTHEW

05/05/2020

05218080A4

Stuart PD

ISHAM,MATTHEW,H

CONTICELLO

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.079Control Test 23:23

0.000Air Blank 23:23

# 1 0.170Subject Sample 23:24

2.480Breath Volume 23:24

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.166Subject Sample 23:26

2.203Breath Volume 23:26

0.000Air Blank 23:27

0.076Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:39:5011/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

11:57

FHP Troop L

DERAVIL,JEAN

05/05/2020

05218080A4

FHP Troop L

DERAVIL,JEAN,J

BOTSKO

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:33

0.000Air Blank 14:33

0.079Control Test 14:33

0.000Air Blank 14:34

# 1 0.192Subject Sample 14:35

1.730Breath Volume 14:35

0.000Air Blank 14:36

0.000Air Blank 14:37

# 2 0.187Subject Sample 14:38

2.109Breath Volume 14:38

0.000Air Blank 14:38

0.077Control Test 14:39

0.000Air Blank 14:39

OKDiagnostics Check 14:39

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:4311/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:20

Sewall's Point PD

GONZALEZ,SEBASTIEN

05/05/2020

05218080A4

Sewall's Point PD

GONZALEZ,SEBASTIEN,A

LEVINE

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.079Control Test 22:28

0.000Air Blank 22:28

# 1 0.183Subject Sample 22:29

2.003Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.185Subject Sample 22:32

2.230Breath Volume 22:32

0.000Air Blank 22:32

0.078Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:2711/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:48

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

LOPEZ-RAMOS

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

# 1 0.146Subject Sample 01:56

1.378Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.154Subject Sample 01:59

1.261Breath Volume 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:0511/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:15

Martin County SO

WILKES,JOHN

05/05/2020

05218080A4

Martin County SO

WILKES,JOHN,D

TALE

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:24

# 1 0.156Subject Sample 22:25

3.179Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.147Subject Sample 22:29

3.058Breath Volume 22:29

0.000Air Blank 22:30

0.079Control Test 22:30

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4711/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

11:43

FHP Troop K

LAMPIASI,JAKE

05/05/2020

05218080A4

FHP Troop K

LAMPIASI,JAKE,L

QUINN

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

# 1Subject Sample 01:19 Subject Test Refused

0.000Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:3511/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:15

Stuart PD

ISHAM,MATTHEW

05/05/2020

05218080A4

Stuart PD

ISHAM,MATTHEW,H

ROBINSON

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.079Control Test 01:59

0.000Air Blank 01:59

# 1 0.291Subject Sample 02:01

2.148Breath Volume 02:01

Air Blank 02:02 Purge Fail

0.000Air Blank 02:02

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2811/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:15

Stuart PD

ISHAM,MATTHEW

05/05/2020

05218080A4

Stuart PD

ISHAM,MATTHEW,H

ROBINSON

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.077Control Test 02:09

0.000Air Blank 02:10

# 1 0.288Subject Sample 02:10

1.613Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.282Subject Sample 02:13

1.773Breath Volume 02:13

0.000Air Blank 02:14

0.077Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:3711/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:45

Martin County SO

WILKES,JOHN

05/05/2020

05218080A4

Martin County SO

WILKES,JOHN,D

TAYLOR

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:24

0.000Air Blank 21:25

0.080Control Test 21:25

0.000Air Blank 21:25

# 1 0.245Subject Sample 21:27

1.238Breath Volume 21:27

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.209Subject Sample 21:32 Volume Not Met

0.894Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:35

# 3 0.244Subject Sample 21:35

1.832Breath Volume 21:35

0.000Air Blank 21:36

0.077Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:5411/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:20

FHP Troop K

CRANFORD,STEPHEN

05/05/2020

05218080A4

FHP Troop K

CRANFORD,STEPHEN,R

BIELMA TORRES

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.078Control Test 22:43

0.000Air Blank 22:43

# 1 0.209Subject Sample 22:44

2.156Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.183Subject Sample 22:47

1.617Breath Volume 22:47

0.000Air Blank 22:48

0.000Air Blank 22:50

# 3 0.195Subject Sample 22:52

2.007Breath Volume 22:52

0.000Air Blank 22:52

0.080Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:2711/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:34

18:24

Martin County SO

CAPLAN,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

CAPLAN,CHRISTOPHER,M

STILES

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:55

0.000Air Blank 18:55

0.080Control Test 18:55

0.000Air Blank 18:56

# 1 0.231Subject Sample 18:57

2.914Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 18:59

# 2 0.241Subject Sample 19:00

3.230Breath Volume 19:00

0.000Air Blank 19:01

0.079Control Test 19:01

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:2811/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

17:42

Stuart PD

HEITFELD,CHRISTOPHER

05/05/2020

05218080A4

Stuart PD

HEITFELD,CHRISTOPHER,J

BOLGRADOV

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:25

0.000Air Blank 18:25

0.079Control Test 18:25

0.000Air Blank 18:26

# 1 0.189Subject Sample 18:26

1.234Breath Volume 18:26

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.194Subject Sample 18:29

1.507Breath Volume 18:29

0.000Air Blank 18:30

0.078Control Test 18:30

0.000Air Blank 18:31

OKDiagnostics Check 18:31

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:35:0511/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:59

09:40

Martin County SO

BRADY,REBECCA

05/05/2020

05218080A4

Martin County SO

BRADY,REBECCA,A

TOTH

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:23

0.000Air Blank 11:24

0.080Control Test 11:24

0.000Air Blank 11:24

# 1Subject Sample 11:28 No Sample Provided

0.000Breath Volume 11:28

0.000Air Blank 11:28

0.000Air Blank 11:30

# 2Subject Sample 11:33 No Sample Provided

0.000Breath Volume 11:33

0.000Air Blank 11:34

0.079Control Test 11:34

0.000Air Blank 11:35

OKDiagnostics Check 11:35

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4611/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:21

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

JUAN-BALTAZAR

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:46

# 1 0.228Subject Sample 01:47

1.746Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:49

# 2 0.243Subject Sample 01:50

1.195Breath Volume 01:50

0.000Air Blank 01:50

0.078Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:52:5411/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:23

07:24

FHP Troop L

HAGGARD,RICKY

05/05/2020

05218080A4

FHP Troop L

HAGGARD,RICKY,J

DROSS

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:45

0.000Air Blank 08:45

0.080Control Test 08:45

0.000Air Blank 08:46

# 1 0.000Subject Sample 08:48

1.882Breath Volume 08:48

0.000Air Blank 08:49

0.000Air Blank 08:51

# 2 0.000Subject Sample 08:51

2.425Breath Volume 08:51

0.000Air Blank 08:51

0.075Control Test 08:52

0.000Air Blank 08:52

OKDiagnostics Check 08:52

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1311/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:26

Martin County SO

WILKES,JOHN

05/05/2020

05218080A4

Martin County SO

WILKES,JOHN,D

TRACY

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:19

0.000Air Blank 03:19

# 1 0.197Subject Sample 03:22

1.574Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:24

# 2 0.194Subject Sample 03:27

3.871Breath Volume 03:27

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:32:4311/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

15:00

Martin County SO

DAY,ERICK

05/05/2020

05218080A4

Martin County SO

DAY,ERICK,J

DOBBINS

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:25

0.000Air Blank 15:26

0.079Control Test 15:26

0.000Air Blank 15:27

# 1 0.189Subject Sample 15:27

1.195Breath Volume 15:27

0.000Air Blank 15:28

0.000Air Blank 15:30

# 2 0.192Subject Sample 15:31

1.656Breath Volume 15:31

0.000Air Blank 15:31

0.079Control Test 15:32

0.000Air Blank 15:32

OKDiagnostics Check 15:32

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4111/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

22:40

Martin County SO

CAPLAN,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

CAPLAN,CHRISTOPHER,M

GASPER

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.079Control Test 00:14

0.000Air Blank 00:14

# 1 0.162Subject Sample 00:15

3.421Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.162Subject Sample 00:19

2.359Breath Volume 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:5711/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

16:49

Sewall's Point PD

HODGE,WILLIAM

05/05/2020

05218080A4

Sewall's Point PD

WADE,CHRISTOPHER,R

MOORE

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:07

0.000Air Blank 18:08

0.079Control Test 18:08

0.000Air Blank 18:09

# 1 0.000Subject Sample 18:09

2.867Breath Volume 18:09

0.000Air Blank 18:10

0.000Air Blank 18:12

# 2 0.000Subject Sample 18:12

1.843Breath Volume 18:12

0.000Air Blank 18:13

0.079Control Test 18:13

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4211/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:49

Martin County SO

WILKES,JOHN

05/05/2020

05218080A4

Martin County SO

WILKES,JOHN,D

WOOD

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

# 1 0.217Subject Sample 00:34

3.835Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.198Subject Sample 00:38

1.839Breath Volume 00:38

0.000Air Blank 00:38

0.079Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:4811/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:07

FHP Troop K

LAMPIASI,JAKE

05/05/2020

05218080A4

FHP Troop K

LAMPIASI,JAKE,L

CAIN

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

# 1 0.133Subject Sample 02:18

3.246Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:20

# 2 0.131Subject Sample 02:21

3.515Breath Volume 02:21

0.000Air Blank 02:21

0.078Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:0011/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:21

Martin County SO

WILKES,JOHN

05/05/2020

05218080A4

Martin County SO

WILKES,JOHN,D

PEREZ-MANGUILAR

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.079Control Test 23:56

0.000Air Blank 23:56

# 2 0.141Subject Sample 23:57

2.277Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.132Subject Sample 00:01

2.625Breath Volume 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:03

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0611/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:45

Sewall's Point PD

GONZALEZ,SEBATIEN

05/05/2020

05218080A4

Sewall's Point PD

GONZALEZ,SEBASTIEN,A

MAHABIR

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:37

# 1Subject Sample 02:41 No Sample Provided

0.000Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2Subject Sample 02:46 No Sample Provided

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 12/15/2019 23:05

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:55:2811/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:17

17:11

Martin County SO

WILKES,JOHN

05/05/2020

05218080A4

Martin County SO

WILKES,JOHN,D

BROWN

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:47

0.000Air Blank 17:48

0.079Control Test 17:48

0.000Air Blank 17:49

# 1 0.279Subject Sample 17:50

1.921Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:53

# 2 0.299Subject Sample 17:53

2.253Breath Volume 17:53

0.000Air Blank 17:54

0.077Control Test 17:54

0.000Air Blank 17:55

OKDiagnostics Check 17:55

Data Download Date/Time: 12/15/2019 23:06

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:5311/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:24

Martin County SO

CAPLAN,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

CAPLAN,CHRISTOPHER,M

ALCANTARA PIMENTEL

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

# 1 0.213Subject Sample 04:08

2.417Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.209Subject Sample 04:12

2.523Breath Volume 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 12/15/2019 23:06

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0011/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:03

Stuart PD

PONTE,JOSEPH

05/05/2020

05218080A4

Stuart PD

PONTE,JOSEPH,P

PEREZ MORALES

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

# 1 0.212Subject Sample 02:41

2.980Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:43

# 2 0.217Subject Sample 02:44

2.160Breath Volume 02:44

0.000Air Blank 02:45

0.077Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:46

Data Download Date/Time: 12/15/2019 23:06

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:3611/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:56

Stuart PD

ANGERVIL,CLAUDY

05/05/2020

05218080A4

Bay County SO

ANGERVIL,CLAUDY,P

JOCK

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1 0.129Subject Sample 02:30

2.820Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.126Subject Sample 02:33

1.800Breath Volume 02:33

0.000Air Blank 02:34

0.078Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 12/15/2019 23:06

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:4611/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:24

Martin County SO

CAPLAN,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

CAPLAN,CHRISTOPHER,M

MULVEY

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:08

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:10

# 1 0.365Subject Sample 19:10

1.222Breath Volume 19:10

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.355Subject Sample 19:14

1.300Breath Volume 19:14

0.000Air Blank 19:14

0.078Control Test 19:15

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 12/15/2019 23:06

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:4111/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:09

Martin County SO

BLASZYK,JACOB

05/05/2020

05218080A4

Martin County SO

BLASZYK,JACOB,A

MILLER

11/03/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1 0.109Subject Sample 23:42

3.738Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.105Subject Sample 23:46

3.277Breath Volume 23:46

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 12/15/2019 23:06

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5911/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:43

Lake County SO

BINDER,BRONSON

06/07/2021

970670

Lake County SO

CORMAN,GERALD,E

BAILEY

10/23/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:57

# 1Subject Sample 00:58 RFI Detect

0.898Breath Volume 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 11/09/2019 01:59

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:2311/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:43

Lake County SO

BINDER,BRONSON

06/07/2021

970670

Lake County SO

CORMAN,GERALD,E

BAILEY

10/23/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.078Control Test 01:02

0.000Air Blank 01:03

# 1 0.118Subject Sample 01:04

1.964Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.118Subject Sample 01:07

1.824Breath Volume 01:07

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 11/09/2019 01:59

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:4411/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

23:04

Lake County SO

PITCHER,DARRYL

06/07/2021

970670

Lake County SO

BINDER,BRONSON,M

AMOLE

11/09/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

# 1 0.148Subject Sample 23:18

2.933Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.146Subject Sample 23:20

1.554Breath Volume 23:20

0.000Air Blank 23:21

0.082Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 12/05/2019 19:00

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:2011/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

23:04

Lake County SO

CHESSHER,SANDRA

06/07/2021

970670

Lake County SO

BINDER,BRONSON,M

WILLIS

11/09/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.078Control Test 23:16

0.000Air Blank 23:16

# 1 0.205Subject Sample 23:19

1.933Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.213Subject Sample 23:22

2.250Breath Volume 23:22

0.000Air Blank 23:23

0.078Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 12/05/2019 19:00

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:1311/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:57

Lake County SO

BINDER,BRONSON

06/07/2021

970670

Lake County SO

BINDER,BRONSON,M

NIEUWENHUIS

11/09/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.078Control Test 02:06

0.000Air Blank 02:07

# 1 0.152Subject Sample 02:07

2.902Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.155Subject Sample 02:10

1.164Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 12/05/2019 19:00

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4211/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:26

Panama City Beach PD

WEBER,JEFFREY

07/25/2021

989917

Panama City Beach PD

WEBER,JEFFREY,J

CARSWELL

10/01/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.081Control Test 03:59

0.000Air Blank 03:59

# 1 0.173Subject Sample 04:00

1.464Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.178Subject Sample 04:03

1.601Breath Volume 04:03

0.000Air Blank 04:03

0.080Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 11/03/2019 19:38

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:5311/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

20:42

Panama City Beach PD

WEBER,JEFFREY

07/25/2021

989917

Panama City Beach PD

WEBER,JEFFREY,J

BLANTON

11/03/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.081Control Test 21:58

0.000Air Blank 21:59

# 1 0.187Subject Sample 21:59

3.371Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:02

# 2 0.186Subject Sample 22:03

3.468Breath Volume 22:03

0.000Air Blank 22:03

0.081Control Test 22:04

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 12/02/2019 10:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:09:5211/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:45

11:45

Panama City Beach PD

MOSS,ROBERT

07/25/2021

989917

Panama City Beach PD

MOSS,ROBERT,R

DAVIS

11/03/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:03

0.000Air Blank 13:04

0.080Control Test 13:04

0.000Air Blank 13:05

# 1 0.000Subject Sample 13:05

3.796Breath Volume 13:05

0.000Air Blank 13:05

0.000Air Blank 13:07

# 2 0.000Subject Sample 13:08

3.332Breath Volume 13:08

0.000Air Blank 13:08

0.080Control Test 13:09

0.000Air Blank 13:09

OKDiagnostics Check 13:09

Data Download Date/Time: 12/02/2019 10:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:2111/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:34

Panama City Beach PD

THOMAS,STEPHANIE

07/25/2021

989917

Panama City Beach PD

THOMAS,STEPHANIE,N

ARAUJO

11/03/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.080Control Test 21:10

0.000Air Blank 21:11

# 1 0.247Subject Sample 21:12

2.570Breath Volume 21:12

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.230Subject Sample 21:16

2.234Breath Volume 21:16

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 12/02/2019 10:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:2811/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:35

Panama City Beach PD

WEBER,JEFFREY

07/25/2021

989917

Panama City Beach PD

WEBER,JEFFREY,J

JOHNSON

11/03/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

# 1 0.145Subject Sample 02:44

1.753Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.144Subject Sample 02:48

1.167Breath Volume 02:48

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 12/02/2019 10:49

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:3711/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:43

Panama City Beach PD

WEBER,JEFFREY

07/25/2021

989917

Panama City Beach PD

WEBER,JEFFREY,J

VEST

11/03/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

# 1Subject Sample 04:19 No Sample Provided

0.000Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2Subject Sample 04:22 Subject Test Refused

0.000Breath Volume 04:22

0.000Air Blank 04:22

0.081Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 12/02/2019 10:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:4011/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

18:06

Panama City Beach PD

HILL,LEJLA

07/25/2021

989917

Panama City Beach PD

THOMAS,STEPHANIE,N

OBERT

11/03/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.081Control Test 18:27

0.000Air Blank 18:27

# 1 0.238Subject Sample 18:28

1.414Breath Volume 18:28

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.242Subject Sample 18:31

1.796Breath Volume 18:31

0.000Air Blank 18:31

0.081Control Test 18:32

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 12/02/2019 10:50

14 February 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:2511/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:44

Sarasota County SO

BUEHLER,DEP

08/05/2021

17919080A2

Sarasota County SO

BUEHLER,DEP,M

HELTERLINE

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.080Control Test 23:56

0.000Air Blank 23:57

# 2 0.148Subject Sample 23:57

2.269Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.142Subject Sample 00:00

1.546Breath Volume 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 11/26/2019 09:12
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