
80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:0102/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:25

Tallahassee PD

ROY,GARY

12/05/2019

29017080A3

Tallahassee PD

ROY,GARY,A

MOORE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:29

# 1 0.021Subject Sample 22:29

2.207Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.021Subject Sample 22:32

3.554Breath Volume 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:34

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3602/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:44

Tallahassee PD

THOMPSON,JEFFREY

12/05/2019

29017080A3

Tallahassee PD

THOMPSON,JEFFREY,A

SAFLY

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.250Subject Sample 23:27

1.328Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.263Subject Sample 23:30

2.789Breath Volume 23:30

0.000Air Blank 23:30

0.080Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:3002/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:29

FHP Troop H

DEAN,DONALD

12/05/2019

29017080A3

FHP Troop H

DEAN,DONALD,E

JONES

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:14

0.079Control Test 23:15

0.000Air Blank 23:15

# 1 0.271Subject Sample 23:16

2.351Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.266Subject Sample 23:18

2.214Breath Volume 23:18

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:3702/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

17:49

Tallahassee PD

ROY,GARY

12/05/2019

29017080A3

Tallahassee PD

ROY,GARY,

MEDINA

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:51

0.000Air Blank 18:52

0.079Control Test 18:52

0.000Air Blank 18:53

# 1Subject Sample 18:54 Subject Test Refused

0.000Breath Volume 18:54

0.000Air Blank 18:54

0.079Control Test 18:55

0.000Air Blank 18:55

OKDiagnostics Check 18:55

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3602/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:55

Tallahassee PD

THOMPSON,JEFFREY

12/05/2019

29017080A3

Tallahassee PD

THOMPSON,JEFFREY,A

SCOTT

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:49

# 1 0.000Subject Sample 00:49

1.437Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.000Subject Sample 00:53

1.296Breath Volume 00:53

0.000Air Blank 00:53

0.079Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:4602/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:06

Tallahassee PD

KELLER,DAVID

12/05/2019

29017080A3

Tallahassee PD

KELLER,DAVID,

DELISE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:11

# 1 0.144Subject Sample 00:12

1.542Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.141Subject Sample 00:16

1.589Breath Volume 00:16

0.000Air Blank 00:16

0.079Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2202/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:12

Tallahassee PD

COLLINS,C

12/05/2019

29017080A3

Tallahassee PD

KELLER,DAVID,

LITTLE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:08

# 1 0.124Subject Sample 01:08

1.460Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.116Subject Sample 01:11

1.121Breath Volume 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5002/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:15

Tallahassee PD

KELLER,DAVID

12/05/2019

29017080A3

Tallahassee PD

KELLER,DAVID,

TOMLIN

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

# 1 0.221Subject Sample 04:11

2.039Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.223Subject Sample 04:14

2.171Breath Volume 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:21:1902/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

05:25

Tallahassee PD

BRAXTON,D

12/05/2019

29017080A3

Tallahassee PD

BRAXTON,D,L

SMITH

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:09

0.000Air Blank 06:10

0.081Control Test 06:10

0.000Air Blank 06:10

# 1 0.125Subject Sample 06:14 Volume Not Met

0.160Breath Volume 06:14

0.000Air Blank 06:14

0.000Air Blank 06:16

# 2 0.131Subject Sample 06:19 Volume Not Met

0.269Breath Volume 06:19

0.000Air Blank 06:20

0.077Control Test 06:20

0.000Air Blank 06:21

OKDiagnostics Check 06:21

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1902/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:24

FHP Troop H

ROBINSON,DARIN

12/05/2019

29017080A3

FHP Troop H

ROBINSON,DARIN,L

MCGEE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

# 1 0.078Subject Sample 23:37

1.656Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.077Subject Sample 23:40

1.695Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:5402/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:15

FL State University

VARNER,TYLER

12/05/2019

29017080A3

FL State University

VARNER,TYLER,J

MADER

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.079Control Test 03:54

0.000Air Blank 03:54

# 1 0.230Subject Sample 03:55

2.207Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.234Subject Sample 03:58

2.996Breath Volume 03:58

0.000Air Blank 03:59

0.078Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:3702/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:02

FHP Troop H

SWINDLE,CHARLES

12/05/2019

29017080A3

FHP Troop H

ROBINSON,DARIN,L

RICHARDSON

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

# 1 0.000Subject Sample 00:53

2.957Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.000Subject Sample 00:56

2.449Breath Volume 00:56

0.000Air Blank 00:56

0.078Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:1102/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:30

FHP Troop H

SWINDLE,CHARLES

12/05/2019

29017080A3

FHP Troop H

DEAN,DONALD,E

ECKHARDT

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:22

# 1 0.107Subject Sample 01:23

1.855Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:25

# 2 0.125Subject Sample 01:26

4.328Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:2302/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:50

Tallahassee PD

BRAXTON,D

12/05/2019

29017080A3

Tallahassee PD

BRAXTON,D,L

SHAKIR

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.158Subject Sample 03:30

2.101Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.161Subject Sample 03:33

1.972Breath Volume 03:33

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2302/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:47

Tallahassee PD

CROUCH,CLIFFORD

12/05/2019

29017080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

THOMAS

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

# 1 0.125Subject Sample 04:49

3.023Breath Volume 04:49

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.122Subject Sample 04:51

3.093Breath Volume 04:51

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:3802/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

01:54

Tallahassee PD

NORTHWAY,GEORGIA

12/05/2019

29017080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

SMITH

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

# 1 0.183Subject Sample 03:06

2.203Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.174Subject Sample 03:09

1.796Breath Volume 03:09

0.000Air Blank 03:09

0.079Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:2802/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:08

FHP Troop H

VOLLERTSEN,CRAIG

12/05/2019

29017080A3

FHP Troop H

VOLLERTSEN,CRAIG,W

GORDON GIRVIN

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

# 1 0.175Subject Sample 01:25

2.007Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.186Subject Sample 01:28

1.843Breath Volume 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 02/20/2019 11:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:5302/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:20

FHP Troop H

SWINDLE,CHARLES

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

LLOYD

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:02

# 1 0.010Subject Sample 02:03

1.785Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.009Subject Sample 02:06

1.507Breath Volume 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0602/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:02

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

CUNNINGHAM

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

# 1 0.170Subject Sample 03:31

1.796Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.166Subject Sample 03:34

1.257Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4102/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:30

FHP Troop H

SWINDLE,CHARLES

12/05/2019

29017080A3

FHP Troop H

DEAN,DONALD,E

MENIN

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:32

# 1 0.015Subject Sample 02:33

3.363Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.014Subject Sample 02:36

3.031Breath Volume 02:36

0.000Air Blank 02:36

0.078Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:34:5302/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

07:34

FHP Troop H

THOMPSON,RONDRICKA

12/05/2019

29017080A3

FHP Troop H

THOMPSON,RONDRICKA,N

DELONG

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:32

0.000Air Blank 08:32

0.078Control Test 08:32

0.000Air Blank 08:33

# 1Subject Sample 08:33 Subject Test Refused

0.000Breath Volume 08:33

0.000Air Blank 08:34

0.078Control Test 08:34

0.000Air Blank 08:34

OKDiagnostics Check 08:34

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:1702/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:38

Leon County SO

KAELIN,GEOFFREY

12/05/2019

29017080A3

Leon County SO

PILKANIS,MARY,C

LOPEZ-GRACIA

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

# 1 0.240Subject Sample 22:46

3.457Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.245Subject Sample 22:49

2.414Breath Volume 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:03:1802/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:35

11:49

Leon County SO

GRUBBS,CODY

12/05/2019

29017080A3

Leon County SO

DEAS,BRANDYN,M

BYRD

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:57

0.000Air Blank 12:57

0.080Control Test 12:57

0.000Air Blank 12:58

# 1 0.028Subject Sample 12:58

3.406Breath Volume 12:58

0.000Air Blank 12:59

0.000Air Blank 13:01

# 2 0.027Subject Sample 13:01

3.453Breath Volume 13:01

0.000Air Blank 13:02

0.081Control Test 13:02

0.000Air Blank 13:03

OKDiagnostics Check 13:03

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1602/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:48

Tallahassee PD

CROUCH,C

12/05/2019

29017080A3

Tallahassee PD

SMIDT,M,D

ZYLICZ

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

# 1 0.202Subject Sample 00:34

2.773Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.197Subject Sample 00:37

3.445Breath Volume 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1802/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:40

Tallahassee PD

ROY,G

12/05/2019

29017080A3

Tallahassee PD

ROY,GARY,

LAMBERT

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1 0.000Subject Sample 01:35

3.609Breath Volume 01:35

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.000Subject Sample 01:37

2.367Breath Volume 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:0602/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:56

Tallahassee PD

HARVEY,RHETT

12/05/2019

29017080A3

Tallahassee PD

THOMPSON,JEFFREY,A

LANE

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.180Subject Sample 02:28

1.363Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:30

# 2 0.181Subject Sample 02:31

1.726Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:19:1002/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:52

07:05

Tallahassee PD

FISCHER,A

12/05/2019

29017080A3

Tallahassee PD

KELLER,DAVID,

LAMOTHE

02/20/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:13

0.000Air Blank 08:13

0.079Control Test 08:13

0.000Air Blank 08:14

# 1 0.000Subject Sample 08:14

3.273Breath Volume 08:14

0.000Air Blank 08:15

0.000Air Blank 08:17

# 2 0.000Subject Sample 08:17

3.335Breath Volume 08:17

0.000Air Blank 08:18

0.079Control Test 08:18

0.000Air Blank 08:19

OKDiagnostics Check 08:19

Data Download Date/Time: 03/26/2019 12:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:2702/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:09

Okaloosa County SO

BAIER,BEAU

04/03/2020

754250

Crestview PD

MULLINNIX,JERAD,L

VELASCO-BERMUDEZ

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.080Control Test 06:00

0.000Air Blank 06:00

# 1 0.156Subject Sample 06:02

1.519Breath Volume 06:02

0.000Air Blank 06:03

0.000Air Blank 06:05

# 2 0.140Subject Sample 06:08 Volume Not Met

0.273Breath Volume 06:08

0.000Air Blank 06:09

0.000Air Blank 06:10

# 3 0.151Subject Sample 06:11

1.855Breath Volume 06:11

0.000Air Blank 06:12

0.075Control Test 06:12

0.000Air Blank 06:13

OKDiagnostics Check 06:13

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:3202/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:43

Okaloosa County SO

O'SULLIVAN,MARCUS

04/03/2020

754250

Okaloosa County SO

O'SULLIVAN,MARCUS,A

MILLER

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.082Control Test 03:38

0.000Air Blank 03:39

# 1 0.113Subject Sample 03:40

2.082Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.109Subject Sample 03:43

2.378Breath Volume 03:43

0.000Air Blank 03:44

0.082Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:39:4402/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

12:25

FHP Troop A

NABUSLI,T

04/03/2020

754250

FHP Troop A

NABULSI,T,D

MUNN

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:33

0.000Air Blank 13:33

0.080Control Test 13:33

0.000Air Blank 13:34

# 1 0.000Subject Sample 13:34

1.500Breath Volume 13:34

0.000Air Blank 13:35

0.000Air Blank 13:37

# 2 0.000Subject Sample 13:38

2.617Breath Volume 13:38

0.000Air Blank 13:38

0.078Control Test 13:39

0.000Air Blank 13:39

OKDiagnostics Check 13:39

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:51:1902/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:42

FHP Troop A

BOGGAN,MARLON

04/03/2020

754250

FHP Troop A

BOGGAN,MARLON,M

MCDONALD

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:44

0.000Air Blank 14:45

0.080Control Test 14:45

0.000Air Blank 14:46

# 1 0.000Subject Sample 14:46

1.843Breath Volume 14:46

0.000Air Blank 14:46

0.000Air Blank 14:48

# 2 0.000Subject Sample 14:49

1.523Breath Volume 14:49

0.000Air Blank 14:50

0.080Control Test 14:50

0.000Air Blank 14:51

OKDiagnostics Check 14:51

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:4902/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:00

Okaloosa County SO

GRIFFITH,WILLIAM

04/03/2020

754250

Okaloosa County SO

GRIFFITH,WILLIAM,M

CORNELIUS

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:43

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:44

0.080Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:2802/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:51

Okaloosa County SO

HOWE,DONALD

04/03/2020

754250

Crestview PD

CAIN,DAVID,A

WILLIAMS

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

Air Blank 00:54 Ambient Fail

0.000Air Blank 00:54

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:4502/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:51

Okaloosa County SO

HOWE,DONALD

04/03/2020

754250

Crestview PD

CAIN,DAVID,A

WILLIAMS

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1 0.196Subject Sample 00:59

3.863Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.190Subject Sample 01:03

2.390Breath Volume 01:03

0.000Air Blank 01:03

0.079Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0302/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:14

Okaloosa County SO

HOWE,DONALD

04/03/2020

754250

Crestview PD

CAIN,DAVID,A

AMAYA

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

# 1 0.256Subject Sample 03:59 Volume Not Met

0.433Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.263Subject Sample 04:05 Volume Not Met

0.132Breath Volume 04:05

0.000Air Blank 04:06

0.077Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:07

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:4702/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:14

Okaloosa County SO

HOWE,DONALD

04/03/2020

754250

Crestview PD

CAIN,DAVID,A

AMAYA

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

# 1 0.265Subject Sample 04:34

2.085Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.250Subject Sample 04:38

1.671Breath Volume 04:38

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:5102/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

19:47

Okaloosa County SO

RICE,DUSTAN

04/03/2020

754250

Okaloosa County SO

RICE,DUSTAN,D

GAMBLE

01/28/2019

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:48

0.000Air Blank 20:49

0.082Control Test 20:49

0.000Air Blank 20:50

# 1Subject Sample 20:50 Subject Test Refused

0.000Breath Volume 20:50

0.000Air Blank 20:50

0.081Control Test 20:51

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 02/28/2019 13:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:5402/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:00

Valparaiso PD

WILLIAMS,ENOCH

04/27/2020

770784

Eglin AFB PD

CRAGHEAD,JEREMY,S

SAN CLEMENTE

01/29/2019

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.079Control Test 02:54

0.000Air Blank 02:54

# 1 0.171Subject Sample 02:55

2.187Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.161Subject Sample 02:58

1.410Breath Volume 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 02/26/2019 04:38

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1102/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

03:10

Pensacola PD

DAVIS,AMANDA

06/06/2020

792976

Pensacola PD

DAVIS,AMANDA,L

FREEMAN

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

# 1 0.060Subject Sample 03:34

2.152Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.057Subject Sample 03:37

3.140Breath Volume 03:37

0.000Air Blank 03:38

0.082Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 02/13/2019 07:45

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:2402/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:01

Escambia County SO

MEEKS,JEREMIAH

06/06/2020

792976

Escambia County SO

MEEKS,JEREMIAH,S

TULEY

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.077Control Test 01:55

0.000Air Blank 01:55

# 1 0.365Subject Sample 01:55

2.226Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.348Subject Sample 01:58

2.289Breath Volume 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 02/13/2019 07:45

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2402/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:10

Pensacola PD

HEBEBRAND,MICHAEL

06/06/2020

792976

Pensacola PD

EVANGELISTA,CURTIS,J

HYDER

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.081Control Test 04:01

0.000Air Blank 04:02

# 1 0.203Subject Sample 04:02

3.738Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.190Subject Sample 04:05

2.574Breath Volume 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 02/13/2019 07:45

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:5302/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:51

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

MCCALEB-FINLEY

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:28

# 1 0.135Subject Sample 20:31

1.531Breath Volume 20:31

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.133Subject Sample 20:35

1.796Breath Volume 20:35

0.000Air Blank 20:35

0.080Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 02/13/2019 07:46

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5202/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:50

Pensacola PD

MALDEN,BIANCA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

JONES

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:16

# 1 0.169Subject Sample 04:16

1.468Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.185Subject Sample 04:20

1.105Breath Volume 04:20

0.000Air Blank 04:20

0.080Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 02/13/2019 07:46

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:5702/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

00:20

Pensacola PD

PARLIER,STEVEN

06/06/2020

792976

Pensacola PD

DAVIS,AMANDA,L

VENUS

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

# 1 0.000Subject Sample 01:33

2.714Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.000Subject Sample 01:36

2.339Breath Volume 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 02/13/2019 07:46

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1602/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:06

Pensacola PD

TASCHETTA,JOSEPH

06/06/2020

792976

Pensacola PD

TASCHETTA,JOSEPH,S

FISHER

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

# 1 0.027Subject Sample 02:53

1.734Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.029Subject Sample 02:56

2.292Breath Volume 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 02/13/2019 07:46

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:5402/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:19

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

JONES

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.080Control Test 22:53 RFI Detect

Air Blank 22:53 RFI Detect

Data Download Date/Time: 02/13/2019 07:46

31 May 2019

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:0102/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:19

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

JONES

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:56

0.000Air Blank 22:56

# 1Subject Sample 22:57 Subject Test Refused

0.000Breath Volume 22:57

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:59

Data Download Date/Time: 02/13/2019 07:46

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:08:4802/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:34

17:34

FHP Troop A

KNOWLES,CONSTANCE

06/06/2020

792976

FHP Troop A

KNOWLES,CONSTANCE,J

QUILLIN

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:02

0.000Air Blank 18:02

0.081Control Test 18:02

0.000Air Blank 18:03

# 1 0.148Subject Sample 18:04

2.925Breath Volume 18:04

0.000Air Blank 18:04

0.000Air Blank 18:06

# 2 0.153Subject Sample 18:07

3.121Breath Volume 18:07

0.000Air Blank 18:07

0.080Control Test 18:08

0.000Air Blank 18:08

OKDiagnostics Check 18:08

Data Download Date/Time: 02/13/2019 07:46

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:01:4802/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

08:20

Pensacola PD

STURGEON,BRITANY

06/06/2020

792976

Pensacola PD

GAFKJEN,THOMAS,D

PHILLIPS

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:55

0.000Air Blank 08:56

0.079Control Test 08:56

0.000Air Blank 08:56

# 1 0.236Subject Sample 08:58

2.089Breath Volume 08:58

0.000Air Blank 08:59

Air Blank 09:01 Ambient Fail

0.000Air Blank 09:01

Data Download Date/Time: 02/13/2019 07:46

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:10:4702/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

08:20

Pensacola PD

STURGEON,BRITNAY

06/06/2020

792976

Pensacola PD

GAFKJEN,THOMAS,D

PHILLIPS

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:05

0.000Air Blank 09:05

0.078Control Test 09:06

0.000Air Blank 09:06

# 1 0.222Subject Sample 09:07

2.164Breath Volume 09:07

0.000Air Blank 09:08

Air Blank 09:10 Ambient Fail

0.000Air Blank 09:10

Data Download Date/Time: 02/13/2019 07:46

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:3302/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:52

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

WEEKS

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:28

# 1 0.219Subject Sample 23:29

2.558Breath Volume 23:29

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.205Subject Sample 23:32

2.605Breath Volume 23:32

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4402/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:26

Pensacola PD

BUZBEE,HEATHER

06/06/2020

792976

Pensacola PD

BYRD,BRANDON,C

ALMANZA

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:12

# 1 0.116Subject Sample 23:13

3.539Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.114Subject Sample 23:16

3.503Breath Volume 23:16

0.000Air Blank 23:16

0.080Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:2502/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:48

FHP Troop A

MARTINEZ,HENDRICK

06/06/2020

792976

FHP Troop A

MARTINEZ,HENDRICK,J

ZACK

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:37

# 1 0.028Subject Sample 00:37

2.296Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.026Subject Sample 00:40

1.511Breath Volume 00:40

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:0202/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:09

Escambia County SO

SHELLEY,SAMUEL

06/06/2020

792976

Escambia County SO

SHELLEY,SAMUEL,L

BYRNE

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:02

# 1 0.104Subject Sample 02:03

2.500Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:05

# 2 0.107Subject Sample 02:06

3.648Breath Volume 02:06

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:08

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:2902/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:21

Pensacola PD

TASCHETTA,JOSEPH

06/06/2020

792976

Pensacola PD

TASCHETTA,JOSEPH,S

MEJIA

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.078Control Test 03:53

0.000Air Blank 03:53

# 1 0.175Subject Sample 03:54

3.871Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.166Subject Sample 03:57

3.683Breath Volume 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:02:1202/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:35

14:20

Pensacola PD

DUFOUR,NOAH

06/06/2020

792976

Pensacola PD

SALON,DENNIS,M

STONE

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:55

0.000Air Blank 14:56

0.081Control Test 14:56

0.000Air Blank 14:57

# 1 0.000Subject Sample 14:57

2.558Breath Volume 14:57

0.000Air Blank 14:58

0.000Air Blank 15:00

# 2 0.000Subject Sample 15:00

2.683Breath Volume 15:00

0.000Air Blank 15:01

0.080Control Test 15:01

0.000Air Blank 15:02

OKDiagnostics Check 15:02

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:3202/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:22

18:04

Escambia County SO

SHELLEY,SAMUEL

06/06/2020

792976

Escambia County SO

SHELLEY,SAMUEL,L

GRIGGS

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:43

0.078Control Test 18:43

0.000Air Blank 18:44

# 1 0.301Subject Sample 18:44

2.320Breath Volume 18:44

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.306Subject Sample 18:48

2.070Breath Volume 18:48

0.000Air Blank 18:48

0.078Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2902/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:35

Pensacola PD

MALDEN,BIANCA

06/06/2020

792976

Pensacola PD

GARY,ADAM,C

HANRATTY

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.081Control Test 02:03

0.000Air Blank 02:03

# 1 0.000Subject Sample 02:04

2.390Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.000Subject Sample 02:07

2.472Breath Volume 02:07

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:44:2802/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:17

08:42

Pensacola PD

STURGEON,BRITNEY

06/06/2020

792976

Pensacola PD

SALON,DENNIS,M

TOHOSKY

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:37

0.000Air Blank 09:38

0.081Control Test 09:38

0.000Air Blank 09:39

# 1 0.000Subject Sample 09:40

2.019Breath Volume 09:40

0.000Air Blank 09:40

0.000Air Blank 09:42

# 2 0.000Subject Sample 09:43

1.648Breath Volume 09:43

0.000Air Blank 09:43

0.079Control Test 09:43

0.000Air Blank 09:44

OKDiagnostics Check 09:44

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:5402/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

18:40

Pensacola PD

HEBEBRAND,MICHAEL

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

GUTIERREZ

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:07

0.000Air Blank 19:07

0.080Control Test 19:08

0.000Air Blank 19:08

# 1 0.271Subject Sample 19:09

1.750Breath Volume 19:09

0.000Air Blank 19:10

0.000Air Blank 19:12

# 2 0.270Subject Sample 19:13

2.484Breath Volume 19:13

0.000Air Blank 19:13

0.080Control Test 19:14

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:22:5602/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:51

07:27

Escambia County SO

BRISSETT,ROMAIN

06/06/2020

792976

Escambia County SO

GRAVES,TIMOTHY,F

LEAHY

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:16

0.000Air Blank 08:16

0.080Control Test 08:16

0.000Air Blank 08:17

# 1 0.000Subject Sample 08:18

2.136Breath Volume 08:18

0.000Air Blank 08:18

0.000Air Blank 08:20

# 2 0.000Subject Sample 08:21

2.406Breath Volume 08:21

0.000Air Blank 08:22

0.081Control Test 08:22

0.000Air Blank 08:22

OKDiagnostics Check 08:22

Data Download Date/Time: 03/21/2019 07:28

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:29:1302/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:29

Pensacola PD

BYRD,BRANDON

06/06/2020

792976

Pensacola PD

BYRD,BRANDON,C

CARR

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:16

0.000Air Blank 18:17

0.081Control Test 18:17

0.000Air Blank 18:17

# 1 0.000Subject Sample 18:20 Volume Not Met

0.261Breath Volume 18:20

0.000Air Blank 18:21

0.000Air Blank 18:23

# 2 0.000Subject Sample 18:24

1.132Breath Volume 18:24

0.000Air Blank 18:24

0.000Air Blank 18:26

# 3 0.000Subject Sample 18:27

2.144Breath Volume 18:27

0.000Air Blank 18:28

0.081Control Test 18:28

0.000Air Blank 18:29

OKDiagnostics Check 18:29

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:3602/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:14

Pensacola PD

LANDRY,KATHERINE

06/06/2020

792976

Pensacola PD

LANDRY,KATHERINE,E

BURNS

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.079Control Test 03:06

0.000Air Blank 03:06

# 1Subject Sample 03:09 No Sample Provided

0.000Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2Subject Sample 03:15 No Sample Provided

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0802/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:14

Pensacola PD

LANDRY,KATHERINE

06/06/2020

792976

Pensacola PD

LANDRY,KATHERINE,E

BURNS

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:24 No Sample Provided

0.000Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.255Subject Sample 03:28

1.652Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 3 0.256Subject Sample 03:31

1.902Breath Volume 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:29:1002/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:03

17:40

Escambia County SO

GARDNER,JEFF

06/06/2020

792976

Escambia County SO

GARDNER,JEFF,A

BENAUER

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:23

0.000Air Blank 18:23

0.080Control Test 18:24

0.000Air Blank 18:24

# 1 0.000Subject Sample 18:24

3.128Breath Volume 18:24

0.000Air Blank 18:25

0.000Air Blank 18:27

# 2 0.000Subject Sample 18:27

2.839Breath Volume 18:27

0.000Air Blank 18:28

0.080Control Test 18:28

0.000Air Blank 18:29

OKDiagnostics Check 18:29

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4102/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:43

Pensacola PD

GARY,ADAM

06/06/2020

792976

Pensacola PD

GARY,ADAM,C

WILLIAMS

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:11

0.000Air Blank 23:11

# 1 0.193Subject Sample 23:12

3.046Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.192Subject Sample 23:15

2.796Breath Volume 23:15

0.000Air Blank 23:15

0.079Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:19:0402/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:15

FHP Troop A

MARTINEZ,HENDRICK

06/06/2020

792976

FHP Troop A

MARTINEZ,HENDRICK,J

TYNES

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:10

0.000Air Blank 06:10

0.079Control Test 06:11

0.000Air Blank 06:11

# 1 0.188Subject Sample 06:13

1.476Breath Volume 06:13

0.000Air Blank 06:14

0.000Air Blank 06:15

# 2 0.179Subject Sample 06:17

1.898Breath Volume 06:17

0.000Air Blank 06:18

0.079Control Test 06:18

0.000Air Blank 06:18

OKDiagnostics Check 06:19

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:4602/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:00

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

MINCHEW

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:38

# 1 0.215Subject Sample 02:41

1.695Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.210Subject Sample 02:45

1.476Breath Volume 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:4902/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:40

Escambia County SO

MEEKS,JEREMIAH

06/06/2020

792976

Escambia County SO

MEEKS,JEREMIAH,S

BRADLEY

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:26

0.081Control Test 19:26

0.000Air Blank 19:27

# 1 0.265Subject Sample 19:27

2.800Breath Volume 19:27

0.000Air Blank 19:28

0.000Air Blank 19:29

# 2 0.266Subject Sample 19:30

2.882Breath Volume 19:30

0.000Air Blank 19:30

0.079Control Test 19:31

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:3402/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:41

Pensacola PD

GARY,ADAM

06/06/2020

792976

Pensacola PD

GARY,ADAM,C

NORRIS

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:15

0.000Air Blank 20:15

0.080Control Test 20:15

0.000Air Blank 20:16

# 1 0.199Subject Sample 20:17

1.597Breath Volume 20:17

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.205Subject Sample 20:21

1.363Breath Volume 20:21

0.000Air Blank 20:21

0.079Control Test 20:21

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:5102/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:24

Pensacola PD

LANDRY,KATHERINE

06/06/2020

792976

Pensacola PD

LANDRY,KATHERINE,E

GOLDEN

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:31

# 1 0.000Subject Sample 02:32

2.609Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.000Subject Sample 02:35

2.070Breath Volume 02:35

0.000Air Blank 02:35

0.080Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:5702/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:32

06:20

Escambia County SO

LEITE,STEVEN

06/06/2020

792976

Escambia County SO

LEITE,STEVEN,G

HARRIS

02/13/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:52

0.000Air Blank 06:52

0.080Control Test 06:52

0.000Air Blank 06:53

# 1 0.000Subject Sample 06:53

1.476Breath Volume 06:53

0.000Air Blank 06:54

0.000Air Blank 06:56

# 2 0.000Subject Sample 06:56

1.820Breath Volume 06:56

0.000Air Blank 06:57

0.079Control Test 06:57

0.000Air Blank 06:57

OKDiagnostics Check 06:57

Data Download Date/Time: 03/21/2019 07:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:50:1302/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

03:48

FHP Troop A

IVEY,BRUCE

04/27/2020

770784

FHP Troop A

IVEY,BRUCE,A

GUERRIER

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:41

0.000Air Blank 06:41

0.080Control Test 06:42

0.000Air Blank 06:42

# 1 0.130Subject Sample 06:45

1.578Breath Volume 06:45

0.000Air Blank 06:46

0.000Air Blank 06:48

# 2 0.133Subject Sample 06:48

2.523Breath Volume 06:48

0.000Air Blank 06:49

0.073Control Test 06:49 Control Outside Tolerance

0.000Air Blank 06:50

Data Download Date/Time: 02/14/2019 18:54

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:08:4302/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:42

08:50

FHP Troop A

JORDAN,WILFORD

04/27/2020

770784

FHP Troop A

JORDAN,WILFORD,N

FORD

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:02

0.000Air Blank 10:02

0.082Control Test 10:03

0.000Air Blank 10:03

# 1 0.181Subject Sample 10:04

1.320Breath Volume 10:04

0.000Air Blank 10:04

0.000Air Blank 10:06

# 2 0.179Subject Sample 10:07

1.347Breath Volume 10:07

0.000Air Blank 10:07

0.081Control Test 10:08

0.000Air Blank 10:08

OKDiagnostics Check 10:08

Data Download Date/Time: 02/14/2019 18:54

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:2002/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:33

FHP Troop A

LINCOLN,TREY

04/27/2020

770784

FHP Troop A

LINCOLN,TREY,B

MCCOLLUM

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.081Control Test 05:02

0.000Air Blank 05:02

# 1 0.150Subject Sample 05:03

2.125Breath Volume 05:03

Air Blank 05:03 RFI Detect

0.000Air Blank 05:04

0.082Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 02/14/2019 18:54

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:2202/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:33

FHP Troop A

LINCOLN,TREY

04/27/2020

770784

FHP Troop A

LINCOLN,TREY,B

MCCOLLUM

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.081Control Test 05:08

0.000Air Blank 05:08

# 1Subject Sample 05:09 RFI Detect

0.000Breath Volume 05:09

0.000Air Blank 05:09

0.082Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 02/14/2019 18:54

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:3902/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:33

FHP Troop A

LINCOLN,TREY

04/27/2020

770784

FHP Troop A

LINCOLN,TREY,B

MCCOLLUM

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.082Control Test 05:13

0.000Air Blank 05:13

# 1 0.143Subject Sample 05:14

2.445Breath Volume 05:14

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.137Subject Sample 05:17

2.335Breath Volume 05:17

0.000Air Blank 05:17

0.081Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 02/14/2019 18:54

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:53:0902/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:16

09:16

Jackson County SO

DEESE,K

04/27/2020

770784

Jackson County SO

DYKES,JOE,S

DYKES

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:50

0.000Air Blank 09:50

0.082Control Test 09:51

0.000Air Blank 09:51

# 1Subject Sample 09:51 Subject Test Refused

0.000Breath Volume 09:51

0.000Air Blank 09:52

0.082Control Test 09:52

0.000Air Blank 09:53

OKDiagnostics Check 09:53

Data Download Date/Time: 02/14/2019 18:54

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:3702/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

16:28

Jackson County SO

DEESE,K

04/27/2020

770784

Jackson County SO

BIRGE,J,D

BROWN

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:47

0.000Air Blank 16:48

0.081Control Test 16:48

0.000Air Blank 16:49

# 1Subject Sample 16:50 Subject Test Refused

0.000Breath Volume 16:50

0.000Air Blank 16:50

0.082Control Test 16:51

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 02/14/2019 18:54

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:1202/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:46

Jackson County SO

LITTLE,B

04/27/2020

770784

FFWCC (Panama City)

ROEDEL,ANDREW,D

BUSH

02/13/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

# 1 0.133Subject Sample 02:48

1.769Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.130Subject Sample 02:52

2.066Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 03/18/2019 16:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:08:2602/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

10:05

FHP Troop A

COX,DAVID

04/27/2020

770784

FHP Troop A

COX,DAVID,S

SHIVER

02/13/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:01

0.000Air Blank 11:02

0.083Control Test 11:02

0.000Air Blank 11:02

# 1 0.271Subject Sample 11:03

2.496Breath Volume 11:03

0.000Air Blank 11:04

0.000Air Blank 11:06

# 2 0.276Subject Sample 11:06

2.617Breath Volume 11:06

0.000Air Blank 11:07

0.080Control Test 11:07

0.000Air Blank 11:08

OKDiagnostics Check 11:08

Data Download Date/Time: 03/18/2019 16:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:3202/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:10

FHP Troop A

IVEY,BRUCE

04/27/2020

770784

FHP Troop A

IVEY,BRUCE,A

DANIELS

02/13/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.082Control Test 20:11

0.000Air Blank 20:12

# 1 0.236Subject Sample 20:12

2.734Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.234Subject Sample 20:15

2.597Breath Volume 20:15

0.000Air Blank 20:16

0.079Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 03/18/2019 16:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:1202/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

12:46

Alachua County SO

PURINGTON,PATRICK

10/05/2020

24818080A2

Alachua County SO

PURINGTON,PATRICK,A

MILLER

01/30/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.135Subject Sample 02:42

1.812Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.132Subject Sample 02:45

2.023Breath Volume 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 02/21/2019 10:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1602/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:34

Alachua County SO

LITZKOW,CLAYTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CLAYTON,P

CHOUINARD

01/30/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

# 1 0.172Subject Sample 03:34

3.175Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.155Subject Sample 03:37

3.023Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 02/21/2019 10:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1002/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

22:24

Alachua County SO

BUTSCHER,REBECCA

10/05/2020

24818080A2

Alachua County SO

BUTSCHER,REBECCA,L

DAVIS

01/30/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:43

# 1 0.000Subject Sample 00:44

2.585Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.000Subject Sample 00:47

2.781Breath Volume 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 02/21/2019 10:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:0502/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:49

Alachua County SO

WILLIAMS,JUSTIN

10/05/2020

24818080A2

Alachua County SO

BUTSCHER,REBECCA,L

MARK-MOSLEY

01/30/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.080Control Test 01:04

0.000Air Blank 01:04

# 1 0.153Subject Sample 01:05

2.101Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.148Subject Sample 01:09

2.500Breath Volume 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:11

Data Download Date/Time: 02/21/2019 10:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:4502/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:43

Alachua County SO

GUNN,MARVIN

10/05/2020

24818080A2

Alachua County SO

SPENCER,JACEY,R

SELLERS

01/30/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.079Control Test 21:04

0.000Air Blank 21:05

# 1 0.190Subject Sample 21:08 Volume Not Met

0.187Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:10

# 2 0.208Subject Sample 21:14 Volume Not Met

0.167Breath Volume 21:14

0.000Air Blank 21:14

0.077Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 02/21/2019 10:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:3402/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

02:55

FHP Troop B

PITTMAN,BRETT

10/05/2020

24818080A2

FHP Troop B

PITTMAN,BRETT,T

SELLERS

02/21/2019

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.080Control Test 05:22

0.000Air Blank 05:23

# 1 0.158Subject Sample 05:23

1.988Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:25

# 2 0.156Subject Sample 05:26

1.550Breath Volume 05:26

0.000Air Blank 05:27

0.079Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 03/27/2019 09:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:2202/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:56

Lafayette County SO

DEAS,ALFRED

08/05/2020

17618080A3

Lafayette County SO

DEAS,ALFRED,A

GILES

01/31/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.078Control Test 21:54

0.000Air Blank 21:55

# 1 0.199Subject Sample 21:55

2.152Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.195Subject Sample 21:58

1.707Breath Volume 21:58

0.000Air Blank 21:59

0.077Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 03/01/2019 03:36

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:02:2302/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:45

07:38

FHP Troop B

SMITH,LUCAS

08/05/2020

17618080A3

Live Oak PD

BALDREE,TASHAHNDA,J

PHILMAN

01/31/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:56

0.000Air Blank 09:56

0.078Control Test 09:56

0.000Air Blank 09:57

# 1 0.194Subject Sample 09:57

3.464Breath Volume 09:57

0.000Air Blank 09:58

0.000Air Blank 10:00

# 2 0.175Subject Sample 10:00

1.621Breath Volume 10:00

0.000Air Blank 10:01

0.077Control Test 10:01

0.000Air Blank 10:02

OKDiagnostics Check 10:02

Data Download Date/Time: 03/01/2019 03:36

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:2302/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:26

FHP Troop B

MACFADDEN,R

08/05/2020

17618080A3

Suwannee County SO

SINGLETARY,MATHEW',C

STONE

01/31/2019

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.079Control Test 02:04

0.000Air Blank 02:04

# 1Subject Sample 02:05 Subject Test Refused

0.000Breath Volume 02:05

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 03/01/2019 03:36

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000776CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:0102/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:40

Lafayette County SO

BROWNFIELD,CECIL

08/05/2020

1761808A1

Lafayette County SO

PUTNEL,JOHN,D

TURNER

02/13/2019

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:49

# 1Subject Sample 22:50 Subject Test Refused

0.000Breath Volume 22:50

Air Blank 22:50 RFI Detect

0.000Air Blank 22:51

Data Download Date/Time: 03/28/2019 15:14

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:0702/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:30

Columbia County SO

ENGLISH,TRAVIS

03/07/2021

915310

Columbia County SO

PARKER,CHRIS,A

OSTEEN

01/26/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.082Control Test 00:22

0.000Air Blank 00:23

# 1 0.093Subject Sample 00:24

2.085Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.087Subject Sample 00:28

1.570Breath Volume 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 02/28/2019 14:42

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:3202/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:58

FHP Troop B

MUSGROVE,DUSTIN

03/07/2021

915310

FHP Troop B

MUSGROVE,DUSTIN,K

PAUL

01/26/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.185Subject Sample 22:32

2.292Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.194Subject Sample 22:35

1.671Breath Volume 22:35

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 02/28/2019 14:42

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:1002/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:41

FHP Troop B

BAURES,BRANDYN

03/07/2021

915310

FHP Troop B

BAURES,BRANDYN,K

TOMLINSON

01/26/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:36

# 1 0.098Subject Sample 03:37

2.023Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.096Subject Sample 03:40

1.523Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 02/28/2019 14:42

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:0602/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

07:24

FHP Troop B

FISCHER,MICHAEL

03/07/2021

915310

FHP Troop B

FISCHER,MICHAEL,A

ACEVEDO

01/26/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.080Control Test 23:03

0.000Air Blank 23:04

# 1Subject Sample 23:04 Subject Test Refused

0.000Breath Volume 23:04

0.000Air Blank 23:05

0.081Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 02/28/2019 14:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:1202/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:10

FHP Troop B

MUSGROVE,DUSTIN

03/07/2021

915310

FHP Troop B

MUSGROVE,DUSTIN,K

PARNELL

01/26/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:33

0.079Control Test 05:33

0.000Air Blank 05:34

# 1 0.198Subject Sample 05:34

4.144Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.184Subject Sample 05:37

2.863Breath Volume 05:37

0.000Air Blank 05:38

0.077Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 02/28/2019 14:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:17:5902/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:50

12:41

FHP Troop B

FISCHER,MICHAEL

03/07/2021

915310

FHP Troop B

FISCHER,MICHAEL,A

MCKIRE

01/26/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:11

0.000Air Blank 13:12

0.080Control Test 13:12

0.000Air Blank 13:13

# 1 0.201Subject Sample 13:13

2.375Breath Volume 13:13

0.000Air Blank 13:14

0.000Air Blank 13:15

# 2 0.196Subject Sample 13:16

2.488Breath Volume 13:16

0.000Air Blank 13:17

0.077Control Test 13:17

0.000Air Blank 13:17

OKDiagnostics Check 13:17

Data Download Date/Time: 02/28/2019 14:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:34:0502/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:06

16:59

FHP Troop B

GUERRY,CHAD

03/07/2021

915310

Columbia County SO

NATIVIDAD,DANIEL,A

MARSHALL

01/26/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:27

0.000Air Blank 17:27

0.080Control Test 17:28

0.000Air Blank 17:28

# 1 0.369Subject Sample 17:29

2.089Breath Volume 17:29

0.000Air Blank 17:30

0.000Air Blank 17:31

# 2 0.372Subject Sample 17:32

1.511Breath Volume 17:32

0.000Air Blank 17:33

0.079Control Test 17:33

0.000Air Blank 17:33

OKDiagnostics Check 17:34

Data Download Date/Time: 02/28/2019 14:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:49:5102/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:26

13:55

FHP Troop H

WARREN,BRIAN

12/05/2019

29017080A3

FHP Troop H

WARREN,BRIAN,M

PARKER

01/29/2019

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:46

0.000Air Blank 14:47

0.080Control Test 14:47

0.000Air Blank 14:48

# 1Subject Sample 14:48 Subject Test Refused

0.000Breath Volume 14:48

0.000Air Blank 14:48

0.080Control Test 14:49

0.000Air Blank 14:49

OKDiagnostics Check 14:49

Data Download Date/Time: 02/07/2019 10:30

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:4602/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

01:00

Washington County SO

MORRIS,DANIEL

06/15/2019

461951

Washington County SO

HARRISON,JERRY,D

HUGHEN

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.083Control Test 01:26

0.000Air Blank 01:27

# 1 0.182Subject Sample 01:28

1.562Breath Volume 01:28

Air Blank 01:29 Purge Fail

0.000Air Blank 01:29

Data Download Date/Time: 02/14/2019 14:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0602/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

01:00

Washington County SO

MORRIS,DANIEL

06/15/2019

461951

Washington County SO

HARRISON,JERRY,D

HUGHEN

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.078Control Test 01:34

0.000Air Blank 01:35

# 1 0.185Subject Sample 01:36

1.558Breath Volume 01:36

Air Blank 01:37 Purge Fail

0.000Air Blank 01:38

Data Download Date/Time: 02/14/2019 14:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:5702/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

01:00

Washington County SO

MORRIS,DANIEL

06/15/2019

461951

Washington County SO

HARRISON,JERRY,D

HUGHEN

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.078Control Test 01:41

0.000Air Blank 01:42

# 1 0.188Subject Sample 01:43

2.492Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:45

# 2 0.184Subject Sample 01:46

2.226Breath Volume 01:46

0.000Air Blank 01:48

0.076Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 02/14/2019 14:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:30:3002/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:05

09:25

FHP Troop A

SOLOMON,JEREMY

06/15/2019

461951

FHP Troop A

SOLOMON,JEREMY,R

GONSALVES

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:28

0.000Air Blank 10:28

0.082Control Test 10:28

0.000Air Blank 10:29

# 1Subject Sample 10:30 Sequence Aborted

0.000Breath Volume 10:30

0.000Air Blank 10:30

Data Download Date/Time: 02/14/2019 14:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:5802/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:54

Gulf Breeze PD

YOUNGREN,DENNIS

01/23/2020

684131

Gulf Breeze PD

YOUNGREN,DENNIS,A

SMITH

01/16/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.079Control Test 03:39

0.000Air Blank 03:39

# 1 0.223Subject Sample 03:40

1.648Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.193Subject Sample 03:43

1.429Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 3 0.214Subject Sample 03:48

2.347Breath Volume 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 02/19/2019 00:24

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:1002/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:09

Gulf Breeze PD

SIMMS,KYLE

01/23/2020

684131

Gulf Breeze PD

SIMMS,KYLE,N

MILTON

01/16/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:32 Sequence Aborted

0.000Breath Volume 01:32

0.000Air Blank 01:33

Data Download Date/Time: 02/19/2019 00:24

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:4802/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:30

Gulf Breeze PD

CHURCHILL,JON

01/23/2020

684131

Gulf Breeze PD

CHURCHILL,JON,W

BOZEMAN

02/18/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:23

0.080Control Test 21:23

0.000Air Blank 21:24

# 1 0.000Subject Sample 21:25

1.437Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.000Subject Sample 21:29

2.613Breath Volume 21:29

0.000Air Blank 21:29

0.079Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 03/14/2019 22:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:4202/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:23

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,

ROBINSON

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:24

0.000Air Blank 21:25

0.080Control Test 21:25

0.000Air Blank 21:25

# 1Subject Sample 21:26 Interferent Detect

2.207Breath Volume 21:26

0.000Air Blank 21:26

0.078Control Test 21:27 Interferent Detect

0.000Air Blank 21:27

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:4402/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:23

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

ROBINSON

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:31

# 1 0.098Subject Sample 21:32

1.261Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.098Subject Sample 21:35

1.445Breath Volume 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:5502/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:25

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

SIMONETTIE DALE

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

Air Blank 02:15 RFI Detect

0.000Air Blank 02:15

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:4502/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:25

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

SIMONETTI DALE

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.079Control Test 02:18

0.000Air Blank 02:18

# 1 0.177Subject Sample 02:19

3.734Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.175Subject Sample 02:22

2.535Breath Volume 02:22

0.000Air Blank 02:22

0.078Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4402/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:09

FHP Troop L

FENTON,WILLIAM

01/05/2020

31517080A1

FHP Troop L

FENTON,WILLIAM,B

MCKINNIE

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.078Control Test 01:34

0.000Air Blank 01:35

# 1 0.125Subject Sample 01:38 Volume Not Met

0.308Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:40

# 2 0.120Subject Sample 01:42

1.269Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 3 0.113Subject Sample 01:48 Volume Not Met

0.585Breath Volume 01:48

0.000Air Blank 01:48

0.078Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2102/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:09

FHP Troop L

FENTON,WILLIAM

01/05/2020

31517080A1

FHP Troop L

FENTON,WILLIAM,B

M250004795590

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.077Control Test 01:53

0.000Air Blank 01:53

# 1 0.118Subject Sample 01:56

1.144Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:58

# 2 0.117Subject Sample 02:00

1.250Breath Volume 02:00

0.000Air Blank 02:01

0.077Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:2102/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:22

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

HENRY

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.078Control Test 04:27

0.000Air Blank 04:27

# 1 0.072Subject Sample 04:28

2.093Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.071Subject Sample 04:31

1.652Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:0202/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:28

St. Lucie County SO

LIMB,HUNTER

01/05/2020

31517080A1

St. Lucie County SO

HETZER-HARRIS,DONTE,S

MOSS

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:25

# 1 0.000Subject Sample 00:25

2.578Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.000Subject Sample 00:28

2.984Breath Volume 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:30

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:3302/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:18

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2020

31517080A1

St. Lucie County SO

SCUOPPO,ANTHONY,M

WAGNER

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:08

0.000Air Blank 00:08

0.079Control Test 00:09

0.000Air Blank 00:09

# 1 0.065Subject Sample 00:10

3.503Breath Volume 00:10

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.066Subject Sample 00:13

3.281Breath Volume 00:13

0.000Air Blank 00:13

0.078Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:4702/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:34

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

FECHER

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.079Control Test 04:22

0.000Air Blank 04:22

# 1 0.163Subject Sample 04:23

2.292Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.160Subject Sample 04:26

2.335Breath Volume 04:26

0.000Air Blank 04:26

0.079Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0002/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:29

St. Lucie County SO

HETZER-HARRIS,DONTE

01/05/2020

31517080A1

St. Lucie County SO

HETZER-HARRIS,DONTE,S

VAZQUEZ

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.079Control Test 04:31

0.000Air Blank 04:31

# 1 0.128Subject Sample 04:32

2.039Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.131Subject Sample 04:35

1.191Breath Volume 04:35

0.000Air Blank 04:36

0.078Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5702/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:59

St. Lucie County SO

STICKNEY,RON

01/05/2020

31517080A1

St. Lucie County SO

HETZER-HARRIS,DONTE,S

MINOLTA-KGANYAGO

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:17

# 1 0.214Subject Sample 03:19

1.527Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:21

# 2 0.206Subject Sample 03:22

1.929Breath Volume 03:22

0.000Air Blank 03:23

0.078Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:3602/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:04

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

OLVERA

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:03

0.000Air Blank 00:03

# 1 0.130Subject Sample 00:04

3.773Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.134Subject Sample 00:07

3.066Breath Volume 00:07

0.000Air Blank 00:07

0.079Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:3802/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:02

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

SABELLA

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

# 1 0.131Subject Sample 04:10

2.035Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.122Subject Sample 04:14

2.066Breath Volume 04:14

0.000Air Blank 04:14

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:1202/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:24

FHP Troop L

COLLINS,ALBERT

01/05/2020

31517080A1

FHP Troop L

COLLINS,ALBERT,M

HASAN

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:18

# 1 0.000Subject Sample 23:19

2.113Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.000Subject Sample 23:22

2.003Breath Volume 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2102/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:20

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

STEPHENSON

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

# 1 0.128Subject Sample 01:56 Volume Not Met

0.480Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.127Subject Sample 02:01 Volume Not Met

0.210Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:3502/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

05:11

St. Lucie County SO

HETZER-HARRIS,DONTE

01/05/2020

31517080A1

St. Lucie County SO

HETZER-HARRIS,DONTE,S

STRAHORN

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:08

0.000Air Blank 06:08

0.079Control Test 06:08

0.000Air Blank 06:09

# 1 0.187Subject Sample 06:10

1.757Breath Volume 06:10

0.000Air Blank 06:10

0.000Air Blank 06:12

# 2 0.188Subject Sample 06:13

1.593Breath Volume 06:13

0.000Air Blank 06:13

0.078Control Test 06:13

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:1002/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:46

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

FINK

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

# 1 0.145Subject Sample 21:57

2.035Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.141Subject Sample 22:00

2.554Breath Volume 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:0502/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:07

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

SILLS

01/29/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:51

# 1 0.234Subject Sample 23:52

2.339Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.234Subject Sample 23:55

2.660Breath Volume 23:55

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 02/26/2019 07:52

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:08:5302/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

08:00

St. Lucie County SO

HETZER-HRRIS,DONTE

01/05/2020

31517080A1

St. Lucie County SO

HETZER-HARRIS,DONTE,S

AGEE

02/26/2019

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:05

0.000Air Blank 10:06

0.079Control Test 10:06

0.000Air Blank 10:07

# 1Subject Sample 10:07 Subject Test Refused

0.000Breath Volume 10:07

0.000Air Blank 10:07

0.079Control Test 10:08

0.000Air Blank 10:08

OKDiagnostics Check 10:08

Data Download Date/Time: 03/28/2019 11:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:1502/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:49

Gulf County SO

EVERETT,VINCE

08/05/2019

17817080A2

Gulf County SO

BAXLEY,JAMES,P

FREDRICKSON

01/30/2019

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.084Control Test 21:19

0.000Air Blank 21:19

# 1 0.000Subject Sample 21:20

3.417Breath Volume 21:20

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.000Subject Sample 21:23

2.015Breath Volume 21:23

0.000Air Blank 21:24

0.085Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 02/28/2019 12:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:49:4302/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

11:03

FL Dept of AG

HALL,SCOTT

03/05/2019

03417080A1

FL Dept of AG

BUCKLES,SCHIEFER,S

ACEVEDO

01/31/2019

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:40

0.000Air Blank 11:41

0.081Control Test 11:41

0.000Air Blank 11:42

# 1 0.031Subject Sample 11:42

1.984Breath Volume 11:42

0.000Air Blank 11:43

0.000Air Blank 11:44

# 2 0.029Subject Sample 11:48

2.613Breath Volume 11:48

0.000Air Blank 11:48

0.081Control Test 11:49

0.000Air Blank 11:49

OKDiagnostics Check 11:49

Data Download Date/Time: 02/28/2019 17:53

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:1302/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:23

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

MCMINN,KATHY,

KUBEK

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:55

# 1 0.145Subject Sample 01:55

1.925Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.151Subject Sample 01:58

2.078Breath Volume 01:58

0.000Air Blank 01:59

0.081Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 02/04/2019 19:12

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0302/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:33

Hillsborough Co SO

CAMPBELL,J

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,D,C

BRISTOL

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

# 1 0.091Subject Sample 04:18

3.359Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.090Subject Sample 04:21

3.054Breath Volume 04:21

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:23

Data Download Date/Time: 02/04/2019 19:12

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2602/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:39

Hillsborough Co SO

SIMS,T

01/05/2020

31517080A1

Tampa PD

DAIL,JULIE,A

DOYLE

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1 0.121Subject Sample 03:20

2.171Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.121Subject Sample 03:23

1.988Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 02/04/2019 19:12

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:2802/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:55

Hillsborough Co SO

HOWARD,D

01/05/2020

31517080A1

FHP Troop C

DAIL,JULIE,A

FESS

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:58

# 1 0.217Subject Sample 00:59

2.031Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:01

# 2 0.215Subject Sample 01:02

1.695Breath Volume 01:02

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 02/04/2019 19:12

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:1702/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:12

Hillsborough Co SO

DE JESUS,V

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

MOEHRING

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

# 1 0.179Subject Sample 00:50

2.050Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.174Subject Sample 00:53

1.992Breath Volume 00:53

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0102/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:26

Hillsborough Co SO

WASHINGTON,D

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

FELDER

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

# 1 0.195Subject Sample 04:32

2.195Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.205Subject Sample 04:35

1.199Breath Volume 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:3302/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:26

Hillsborough Co SO

RIVERA,A

01/05/2020

31517080A1

FFWCC (Lakeland)

BARNES AVERY,D,C

MELENDEZ

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:27

0.079Control Test 20:27

0.000Air Blank 20:27

# 1 0.119Subject Sample 20:28

3.589Breath Volume 20:28

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.122Subject Sample 20:31

2.917Breath Volume 20:31

0.000Air Blank 20:31

0.079Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:1002/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:45

Hillsborough Co SO

MOREJON,A

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

KHAN

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

# 1 0.152Subject Sample 04:26

1.335Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.139Subject Sample 04:29

1.250Breath Volume 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:39:3602/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:11

04:50

Hillsborough Co SO

FLORES,C

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

PARIKSHAK

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:32

0.000Air Blank 06:33

0.079Control Test 06:33

0.000Air Blank 06:34

# 1 0.105Subject Sample 06:35

1.953Breath Volume 06:35

0.000Air Blank 06:35

0.000Air Blank 06:37

# 2 0.107Subject Sample 06:38

2.121Breath Volume 06:38

0.000Air Blank 06:38

0.080Control Test 06:38

0.000Air Blank 06:39

OKDiagnostics Check 06:39

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0902/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:18

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

RIZZUTO

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.243Subject Sample 02:17

2.898Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.246Subject Sample 02:20

3.296Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:0602/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:49

17:55

Hillsborough Co SO

WILCHER,J

01/05/2020

31517080A1

Tampa PD

BARNES AVERY,D,C

SUTHERLAND

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:09

0.000Air Blank 19:10

0.080Control Test 19:10

0.000Air Blank 19:10

# 1 0.262Subject Sample 19:11

1.140Breath Volume 19:11

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.264Subject Sample 19:15

1.269Breath Volume 19:15

0.000Air Blank 19:16

0.079Control Test 19:16

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:1702/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:42

Hillsborough Co SO

BRIZENDINE,J

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

MANLEY

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:08

# 1 0.190Subject Sample 01:09

4.011Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.159Subject Sample 01:12

1.214Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 3 0.194Subject Sample 01:15

3.417Breath Volume 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:1502/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:23

Hillsborough Co SO

FLORES,C

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

MARTIN

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:13

# 1 0.191Subject Sample 00:14

3.121Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.185Subject Sample 00:17

2.957Breath Volume 00:17

0.000Air Blank 00:18

0.078Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:3402/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:14

Hillsborough Co SO

BAILEY,D

01/05/2020

31517080A1

Tampa PD

DISMORE,NANCY,J

GAGNON

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.081Control Test 21:56

0.000Air Blank 21:57

# 1 0.157Subject Sample 21:57

2.488Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.165Subject Sample 22:00

2.656Breath Volume 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:0702/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:33

Hillsborough Co SO

BRABAND,M

01/05/2020

31517080A1

Tampa PD

HOLLAND,CHARLEENE,N

BIBILONI

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:20

# 1 0.199Subject Sample 04:21

2.601Breath Volume 04:21

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.209Subject Sample 04:24

2.492Breath Volume 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:3802/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:43

Hillsborough Co SO

COSTA,A

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

EGGLESTON

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

# 1 0.180Subject Sample 04:30

3.421Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.176Subject Sample 04:34

2.707Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3602/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:27

Hillsborough Co SO

SHERMAN,B

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

DILTZ

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

# 1 0.201Subject Sample 00:15

3.039Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.203Subject Sample 00:19

2.371Breath Volume 00:19

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3802/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:57

Hillsborough Co SO

FISHER,T

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

CAHILL

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

# 1 0.220Subject Sample 01:46

1.167Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.221Subject Sample 01:50

1.339Breath Volume 01:50

0.000Air Blank 01:50

0.078Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:0002/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:48

Hillsborough Co SO

BAILEY,D

01/05/2020

31517080A1

Tampa PD

MCMINN,KATHY,

JONES

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:34

# 1 0.173Subject Sample 05:34

3.066Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.164Subject Sample 05:37

1.964Breath Volume 05:37

0.000Air Blank 05:38

0.079Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:39

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:2002/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:40

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

PURICELLI

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.079Control Test 23:49

0.000Air Blank 23:49

# 1 0.230Subject Sample 23:49

1.171Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.225Subject Sample 23:52

1.214Breath Volume 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2802/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:33

Hillsborough Co SO

SNAGGS,S

01/05/2020

31517080A1

Tampa PD

HOLLAND,CHARLEENE,N

ORTEGA

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

# 1 0.217Subject Sample 03:09 Volume Not Met

1.140Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.230Subject Sample 03:12

2.125Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 3 0.236Subject Sample 03:14

1.898Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:1802/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:23

Hillsborough Co SO

GONZALEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

DISMORE,NANCY,J

JOHNSON

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:04

# 1 0.130Subject Sample 04:05

3.429Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.128Subject Sample 04:08

2.453Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:2402/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:58

Hillsborough Co SO

FISHER,T

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

BABKOOR

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.079Control Test 04:32

0.000Air Blank 04:32

# 1 0.190Subject Sample 04:33

1.343Breath Volume 04:33

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.193Subject Sample 04:36

1.859Breath Volume 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5002/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:48

Hillsborough Co SO

MOREJON,A

01/05/2020

31517080A1

Tampa PD

DAIL,JULIE,A

BOYD JR

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

# 1 0.163Subject Sample 03:36

1.691Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.158Subject Sample 03:39

1.632Breath Volume 03:39

0.000Air Blank 03:39

0.079Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:0502/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:14

Hillsborough Co SO

SNAGGS,S

01/05/2020

31517080A1

Tampa PD

DISMORE,NANCY,J

DAVIS

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

# 1 0.148Subject Sample 04:12

2.433Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:14

# 2 0.148Subject Sample 04:15

2.757Breath Volume 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 03/13/2019 16:31

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:3402/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:14

FHP Troop B

GANUS,GLEN

08/05/2020

1761808A1

FHP Troop B

GANUS,GLEN,A

OSTEEN

01/26/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.081Control Test 03:08

0.000Air Blank 03:08

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 02/27/2019 09:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:0602/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

15:35

FHP Troop B

ERNST,WILLIAM

08/05/2020

1761808A1

FHP Troop B

WILSON,JOSHUA,B

D'AMICO

01/26/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:42

Air Blank 16:42 RFI Detect

Air Blank 16:43 RFI Detect

Data Download Date/Time: 02/27/2019 09:21

31 May 2019

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:49:2302/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:24

15:35

FHP Troop B

ERNST,WILLIAM

08/05/2020

1761808A1

FHP Troop B

WILSON,JOSHUA,B

DAMICO

01/26/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:46

0.000Air Blank 16:47

0.081Control Test 16:47

0.000Air Blank 16:47

# 1Subject Sample 16:48 RFI Detect

0.000Breath Volume 16:48

0.000Air Blank 16:48

0.081Control Test 16:48

0.000Air Blank 16:49

OKDiagnostics Check 16:49

Data Download Date/Time: 02/27/2019 09:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:54:5202/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:35

FHP Troop B

ERNST,WILLIAM

08/05/2020

1761808A1

FHP Troop B

WILSON,JOSHUA,B

DAMICO

01/26/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 16:54

Air Blank 16:54 RFI Detect

Air Blank 16:54 RFI Detect

Data Download Date/Time: 02/27/2019 09:21

31 May 2019

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:04:0702/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:35

FHP Troop B

ERNST,WILLAM

08/05/2020

1761808A1

FHP Troop B

WILSON,JOSHUA,B

DAMICO

01/26/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:58

0.000Air Blank 16:58

0.082Control Test 16:58

0.000Air Blank 16:59

# 1 0.112Subject Sample 17:02 Volume Not Met

0.171Breath Volume 17:02

Air Blank 17:03 Purge Fail

Air Blank 17:04 Purge Fail

Data Download Date/Time: 02/27/2019 09:21

31 May 2019

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:12:1102/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:35

FHP Troop B

ERNST,WILLIAM

08/05/2020

1761808A1

FHP Troop B

WILSON,JOSHUA,B

DAMICO

01/26/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:07

0.000Air Blank 17:07

0.081Control Test 17:07

0.000Air Blank 17:08

# 1Subject Sample 17:10 Subject Test Refused

0.281Breath Volume 17:10

0.000Air Blank 17:11

0.080Control Test 17:11

0.000Air Blank 17:12

OKDiagnostics Check 17:12

Data Download Date/Time: 02/27/2019 09:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:06:4102/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:21

12:10

FHP Troop B

SINGLETON,NATHAN

08/05/2020

1761808A1

Dixie County SO

ADKINS,JAKE,M

ANCELL

01/26/2019

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:59

0.000Air Blank 13:00

0.079Control Test 13:00

0.000Air Blank 13:01

# 1 0.173Subject Sample 13:02

2.148Breath Volume 13:02

0.000Air Blank 13:02

0.000Air Blank 13:04

# 2 0.164Subject Sample 13:05

2.296Breath Volume 13:05

0.000Air Blank 13:05

0.079Control Test 13:06

0.000Air Blank 13:06

OKDiagnostics Check 13:06

Data Download Date/Time: 02/27/2019 09:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:4202/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:45

Belleview PD

ESQUIVEL,ANTHONY

04/27/2020

770784

Marion County SO

LACOGNATA,CHRISTINA,T

ESTIME

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.082Control Test 02:47

0.000Air Blank 02:48

# 1 0.101Subject Sample 02:49

1.601Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.097Subject Sample 02:52

1.394Breath Volume 02:52

0.000Air Blank 02:52

0.081Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4302/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

01:50

Marion County SO

POPE,CALVIN

04/27/2020

770784

Marion County SO

POPE,CALVIN,W

SILVA

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1Subject Sample 03:24 Subject Test Refused

0.000Breath Volume 03:24

0.000Air Blank 03:24

0.081Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4102/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:28

FHP Troop B

UMANA,RAUL

04/27/2020

770784

FHP Troop B

UMANA,RAUL,J

DANGELO

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.081Control Test 01:01

0.000Air Blank 01:02

# 1 0.128Subject Sample 01:02

2.574Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.128Subject Sample 01:06

2.285Breath Volume 01:06

0.000Air Blank 01:06

0.081Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:3402/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:45

Marion County SO

KING,CHASE

04/27/2020

770784

Marion County SO

KING,CHASE,E

WILSON

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1 0.213Subject Sample 23:35

2.160Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2Subject Sample 23:40 Subject Test Refused

0.000Breath Volume 23:40

0.000Air Blank 23:40

0.078Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:28:3802/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:05

10:32

FHP Troop B

BALL,CODY

04/27/2020

770784

FHP Troop B

BALL,CODY,W

OTT

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:25

0.000Air Blank 11:26

0.081Control Test 11:26

0.000Air Blank 11:26

# 1Subject Sample 11:27 Subject Test Refused

0.000Breath Volume 11:27

0.000Air Blank 11:27

0.081Control Test 11:28

0.000Air Blank 11:28

OKDiagnostics Check 11:28

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:5902/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:08

FHP Troop B

BALL,CODY

04/27/2020

770784

FHP Troop B

BALL,CODY,W

DENSON

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.081Control Test 19:46

0.000Air Blank 19:47

# 1 0.300Subject Sample 19:47

1.796Breath Volume 19:47

0.000Air Blank 19:48

0.000Air Blank 19:50

# 2 0.287Subject Sample 19:50

1.554Breath Volume 19:50

0.000Air Blank 19:51

0.081Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:3202/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

10:20

FHP Troop B

UMANA,RAUL

04/27/2020

770784

FHP Troop B

UMANA,RAUL,J

CLAIRMONT

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1 0.137Subject Sample 00:18

1.984Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.131Subject Sample 00:21

1.273Breath Volume 00:21

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:3702/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:35

Ocala PD

KERN,KYLE

06/08/2019

437738

Ocala PD

JOSEPH,EDWIN,N

JOHNSON

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.081Control Test 00:12

0.000Air Blank 00:12

# 1 0.126Subject Sample 00:13

2.777Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.124Subject Sample 00:16

2.292Breath Volume 00:16

0.000Air Blank 00:16

0.078Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:00:5202/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:25

08:21

FHP Troop B

EARNEST,WILLIAM

04/27/2020

770784

FHP Troop B

EARNEST,WILLIAM,M

HOLLINS

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:57

0.000Air Blank 09:58

0.081Control Test 09:58

0.000Air Blank 09:59

# 1Subject Sample 09:59 RFI Detect

0.000Breath Volume 09:59

0.000Air Blank 09:59

0.081Control Test 10:00

0.000Air Blank 10:00

OKDiagnostics Check 10:00

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:09:3602/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:25

08:21

FHP Troop B

EARNEST,WILLIAM

04/27/2020

770784

FHP Troop B

EARNEST,WILLIAM,M

HOLLINS

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:03

0.000Air Blank 10:03

0.081Control Test 10:04

0.000Air Blank 10:04

# 1 0.000Subject Sample 10:05

1.960Breath Volume 10:05

0.000Air Blank 10:05

0.000Air Blank 10:07

# 2 0.000Subject Sample 10:08

2.089Breath Volume 10:08

0.000Air Blank 10:08

0.081Control Test 10:09

0.000Air Blank 10:09

OKDiagnostics Check 10:09

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5402/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:30

Marion County SO

RAFFERTY,CHRISTOPHER

04/27/2020

770784

Marion County SO

RAFFERTY,CHRISTOPHER,J

PEREZ

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1 0.112Subject Sample 00:17

1.816Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.108Subject Sample 00:21

1.593Breath Volume 00:21

0.000Air Blank 00:22

0.081Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2302/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:45

Marion County SO

RAFFERTY,CHRISTOPHER

04/27/2020

770784

Marion County SO

RAFFERTY,CHRISTOPHER,J

FROOM

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:27

0.000Air Blank 03:27

# 1 0.149Subject Sample 03:28

1.343Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.147Subject Sample 03:30

1.234Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:4902/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:53

Marion County SO

ESQUIVEL,ANTHONY

04/27/2020

770784

Marion County SO

GERNERT,JOHN,D

SEAMAN

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:37

0.000Air Blank 05:38

0.081Control Test 05:38

0.000Air Blank 05:38

# 1 0.170Subject Sample 05:39

2.906Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:41

# 2 0.158Subject Sample 05:42

2.503Breath Volume 05:42

0.000Air Blank 05:42

0.080Control Test 05:43

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:3902/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:55

Belleview PD

LACOGNATA,CHRISTINA

04/27/2020

770784

Belleview PD

LACOGNATA,CHRISTINA,T

GAYLORD

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.081Control Test 19:41

0.000Air Blank 19:41

# 1 0.227Subject Sample 19:44

1.105Breath Volume 19:44

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.250Subject Sample 19:47

1.578Breath Volume 19:47

0.000Air Blank 19:47

0.000Air Blank 19:49

# 3 0.237Subject Sample 19:50

1.503Breath Volume 19:50

0.000Air Blank 19:50

0.080Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1302/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:20

Marion County SO

ESQUIVEL,ANTHONY

04/27/2020

770784

Marion County SO

POPE,CALVIN,W

SHUMAN

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.081Control Test 03:00

0.000Air Blank 03:00

# 1 0.172Subject Sample 03:03 Volume Not Met

0.183Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.174Subject Sample 03:07

1.968Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 3 0.170Subject Sample 03:10

2.503Breath Volume 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:4502/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:10

Marion County SO

COON,AUSTIN

06/08/2019

437738

Marion County SO

SERRANO,ELIJHA,

DANIELS

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.080Control Test 01:52

0.000Air Blank 01:52

# 1 0.158Subject Sample 01:54

2.949Breath Volume 01:54

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.164Subject Sample 01:57

3.480Breath Volume 01:57

0.000Air Blank 01:57

0.080Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5102/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:05

Marion County SO

RAFFERTY,CHRISTOPHER

04/27/2020

770784

Marion County SO

RAFFERTY,CHRISTOPHER,J

PARKS

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

# 1 0.000Subject Sample 00:55

2.164Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.000Subject Sample 00:58

2.351Breath Volume 00:58

0.000Air Blank 00:58

0.080Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:0602/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:45

FHP Troop B

REID JR,MICHAEL

04/27/2020

770784

FHP Troop B

REID JR,MICHAEL,G

SLAZES

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:44

Air Blank 21:44 RFI Detect

0.000Air Blank 21:45

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:2202/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:45

FHP Troop B

REID JR,MICHAEL

04/27/2020

770784

FHP Troop B

REID JR,MICHAEL,G

SLAZES

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.082Control Test 21:48 RFI Detect

Air Blank 21:48 RFI Detect

Data Download Date/Time: 02/19/2019 11:44

31 May 2019

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:2702/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:45

FHP Troop B

REID JR,MICHAEL

04/27/2020

770784

FHP Troop B

REID JR,MICHAEL,G

SLAZES

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.082Control Test 21:52

0.000Air Blank 21:52

# 1 0.259Subject Sample 21:53

2.113Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.249Subject Sample 21:55

2.019Breath Volume 21:55

0.000Air Blank 21:56

0.078Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:2602/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:15

Dunnellon PD

RAINES,ELDON

04/27/2020

770784

Dunnellon PD

RAINES,ELDON,L

HANSON

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.082Control Test 00:12

0.000Air Blank 00:13

# 1 0.174Subject Sample 00:16 Volume Not Met

0.347Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.179Subject Sample 00:21 Volume Not Met

0.015Breath Volume 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:23:4702/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:45

14:30

FHP Troop B

THOMAS,MICHAEL

06/08/2019

437738

FHP Troop B

THOMAS,MICHAEL,T

HENDRICK

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:19

0.000Air Blank 15:20

0.081Control Test 15:20

0.000Air Blank 15:21

# 1Subject Sample 15:23 Sequence Aborted

0.000Breath Volume 15:23

0.000Air Blank 15:23

Data Download Date/Time: 02/19/2019 11:44

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5102/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:25

Marion County SO

SERRANO,ELIJHA

06/08/2019

437738

Marion County SO

SERRANO,ELIJHA,

MILLER

02/18/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1 0.000Subject Sample 03:56

2.234Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.000Subject Sample 03:59

2.992Breath Volume 03:59

0.000Air Blank 03:59

0.081Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 03/26/2019 23:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1502/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:23

Belleview PD

LACOGNATA,CHRISTINA

04/27/2020

770784

Belleview PD

LACOGNATA,CHRISTINA,T

DRISLANE

02/18/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

# 1Subject Sample 03:21 No Sample Provided

0.000Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2Subject Sample 03:26 No Sample Provided

0.000Breath Volume 03:26

0.000Air Blank 03:27

0.081Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 03/26/2019 23:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:3702/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:32

Marion County SO

COBB,JORDYN

04/27/2020

770784

Marion County SO

COBB,JORDYN,T

PHILLIPS

02/18/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.081Control Test 04:18

0.000Air Blank 04:19

# 1Subject Sample 04:19 Subject Test Refused

0.000Breath Volume 04:19

0.000Air Blank 04:19

0.081Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 03/26/2019 23:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:3602/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:40

FHP Troop B

REID JR,MICHAEL

04/27/2020

770784

FHP Troop B

REID JR,MICHAEL,G

WOOD

02/18/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.081Control Test 23:47

0.000Air Blank 23:47

# 1 0.000Subject Sample 23:48

1.296Breath Volume 23:48

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.000Subject Sample 23:51

2.187Breath Volume 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 03/26/2019 23:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:5902/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:57

FHP Troop B

SOLLAZZO,C

04/27/2020

770784

FHP Troop B

SOLLAZZO,C,

MOQUETTE

02/18/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.082Control Test 04:51

0.000Air Blank 04:52

# 1 0.294Subject Sample 04:52

1.699Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.292Subject Sample 04:55

1.574Breath Volume 04:55

0.000Air Blank 04:56

0.081Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 03/26/2019 23:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3502/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:28

Marion County SO

ESQUIVEL,ANTHONY

04/27/2020

770784

Marion County SO

POPE,CALVIN,W

LEMILLIERE

02/18/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

# 1 0.184Subject Sample 03:18

2.832Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.201Subject Sample 03:22

3.375Breath Volume 03:22

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 03/26/2019 23:43

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:4002/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:00

Hernando County SO

JOHNSON,JAKE

02/05/2020

34917080A3

Hernando County SO

MEADOWS,GEOFFREY,A

FRATTINI

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.081Control Test 21:54

0.000Air Blank 21:55

# 1 0.000Subject Sample 21:56

2.300Breath Volume 21:56

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.000Subject Sample 22:00

2.308Breath Volume 22:00

0.000Air Blank 22:00

0.081Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4402/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

01:46

FHP Troop C

WELLS,AUSTIN

02/05/2020

34917080A3

FHP Troop C

WELLS,AUSTIN,D

PATMON

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.156Subject Sample 03:20

1.847Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.155Subject Sample 03:24

1.863Breath Volume 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4902/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:15

FHP Troop C

KIBBEY,BRADLEY

02/05/2020

34917080A3

FHP Troop C

WELLS,AUSTIN,D

SUTTON

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

# 1 0.250Subject Sample 04:09

3.175Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.265Subject Sample 04:12

2.589Breath Volume 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1802/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:22

FHP Troop C

GARTNER,ARTHUR

02/05/2020

34917080A3

FHP Troop C

GARTNER,ARTHUR,F

TAYLOR

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1 0.144Subject Sample 02:34

2.585Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.142Subject Sample 02:37

3.390Breath Volume 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:5302/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:39

Hernando County SO

CROFT,BRETT

02/05/2020

34917080A3

Hernando County SO

CROFT,BRETT,

NOYES

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

# 1 0.235Subject Sample 04:24

1.671Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.234Subject Sample 04:27

1.609Breath Volume 04:27

0.000Air Blank 04:27

0.081Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0602/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:21

FHP Troop C

KJEKSTAD,ERIC

02/05/2020

34917080A3

FHP Troop C

KJEKSTAD,ERIC,C

LOPER

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.082Control Test 03:31

0.000Air Blank 03:31

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:34

0.082Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:2702/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:30

Hernando County SO

CROFT,BRETT

02/05/2020

34917080A3

Hernando County SO

CROFT,BRETT,

MURRAY

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.082Control Test 02:15

0.000Air Blank 02:16

# 1Subject Sample 02:17 Subject Test Refused

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3502/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:35

Hernando County SO

FREDRICKSEN,SCOTT

02/05/2020

34917080A3

Hernando County SO

COLLITO,BRAD,R

CONEY

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

# 1 0.202Subject Sample 03:35

1.589Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.212Subject Sample 03:39

2.710Breath Volume 03:39

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1302/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:12

Hernando County SO

CROFT,BRETT

02/05/2020

34917080A3

Hernando County SO

CROFT,BRETT,

BARETELA

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.082Control Test 01:55

0.000Air Blank 01:56

# 1 0.169Subject Sample 01:57

2.164Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.165Subject Sample 02:00

1.750Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 03/11/2019 20:23

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:5502/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:03

FHP Troop C

GARTNER,ARTHUR

02/05/2020

34917080A3

FHP Troop C

GARTNER,ARTHUR,F

BARKER

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.082Control Test 02:12

0.000Air Blank 02:12

# 1 0.125Subject Sample 02:13

1.417Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.115Subject Sample 02:17

1.226Breath Volume 02:17

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 03/11/2019 20:24

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:5302/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

11:27

Hernando County SO

RITCHIE,FRANCIS

02/05/2020

34917080A3

Hernando County SO

RITCHIE,RITCHIE,V

BARNES

02/12/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.081Control Test 00:16

0.000Air Blank 00:16

# 1 0.193Subject Sample 00:18

1.882Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.187Subject Sample 00:22

2.507Breath Volume 00:22

0.000Air Blank 00:22

0.079Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 03/11/2019 20:24

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:31:0702/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:48

06:21

Sumter County SO

RAMOS,OFFICER

08/05/2020

13518080A5

Wildwood PD

MARSHALL,JARROD,C

VENTURA

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:28

0.000Air Blank 07:28

0.079Control Test 07:29

0.000Air Blank 07:29

# 1Subject Sample 07:29 Subject Test Refused

0.000Breath Volume 07:29

0.000Air Blank 07:30

0.079Control Test 07:30

0.000Air Blank 07:31

OKDiagnostics Check 07:31

Data Download Date/Time: 02/26/2019 19:37

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:11:2902/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:20

04:45

Sumter County SO

ELIAS,D

08/05/2020

13518080A5

Sumter County SO

MARSHALL,JARROD,C

LAWS

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:04

0.000Air Blank 08:04

0.079Control Test 08:05

0.000Air Blank 08:05

# 1 0.053Subject Sample 08:06

2.210Breath Volume 08:06

0.000Air Blank 08:06

0.000Air Blank 08:08

# 2 0.051Subject Sample 08:09

1.746Breath Volume 08:09

0.000Air Blank 08:10

0.079Control Test 08:10

0.000Air Blank 08:11

OKDiagnostics Check 08:11

Data Download Date/Time: 02/26/2019 19:37

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:0902/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:25

Sumter County SO

WESCH,C

08/05/2020

13518080A5

Sumter County SO

HOLLIS,TERENCE,L

CANTER

02/26/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:49

0.079Control Test 21:49

0.000Air Blank 21:49

# 1 0.093Subject Sample 21:50

2.273Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:52

# 2 0.096Subject Sample 21:53

2.292Breath Volume 21:53

0.000Air Blank 21:54

0.078Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 03/31/2019 02:29

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:1002/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:32

Sumter County SO

MATA,ROBERTH

08/05/2020

13518080A5

Sumter County SO

LONG,ERIC,W

JANI

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.078Control Test 00:23

0.000Air Blank 00:23

# 1 0.199Subject Sample 00:24

1.277Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:26

# 2 0.209Subject Sample 00:27

2.316Breath Volume 00:27

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 02/26/2019 19:39

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:5402/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:17

17:13

Sumter County SO

RAFFERTY,C

08/05/2020

13518080A5

Sumter County SO

HOLLIS,TERENCE,L

OKEEFE

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:37

0.000Air Blank 18:37

0.078Control Test 18:38

0.000Air Blank 18:38

# 1 0.217Subject Sample 18:39

2.867Breath Volume 18:39

0.000Air Blank 18:39

0.000Air Blank 18:41

# 2 0.213Subject Sample 18:42

2.773Breath Volume 18:42

0.000Air Blank 18:42

0.078Control Test 18:43

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 02/26/2019 19:39

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:02:0702/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

11:36

Sumter County SO

HINDERHOFER,EDWARD

08/05/2020

13518080A5

Sumter County SO

MORRIS,MARSHA,K

HARWOOD

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:55

0.000Air Blank 12:56

0.080Control Test 12:56

0.000Air Blank 12:57

# 1 0.000Subject Sample 12:57

1.996Breath Volume 12:57

0.000Air Blank 12:58

0.000Air Blank 13:00

# 2 0.000Subject Sample 13:00

1.925Breath Volume 13:00

0.000Air Blank 13:01

0.079Control Test 13:01

0.000Air Blank 13:02

OKDiagnostics Check 13:02

Data Download Date/Time: 02/26/2019 19:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:0102/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:16

Sumter County SO

WELLS,A

08/05/2020

13518080A5

FHP Troop C

HOLLIS,TERENCE,L

WINCHESTER SERRANO

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.080Control Test 20:56

0.000Air Blank 20:57

# 1 0.000Subject Sample 20:58

1.617Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.000Subject Sample 21:01

1.601Breath Volume 21:01

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:03

Data Download Date/Time: 02/26/2019 19:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:29:2302/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:38

Sumter County SO

HINDERHOFER,EDWARD

08/05/2020

13518080A5

Sumter County SO

MORRIS,MARSHA,K

PIERCE

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:22

0.000Air Blank 15:22

0.078Control Test 15:23

0.000Air Blank 15:23

# 1 0.220Subject Sample 15:24

1.550Breath Volume 15:24

0.000Air Blank 15:25

0.000Air Blank 15:27

# 2 0.219Subject Sample 15:27

1.570Breath Volume 15:27

0.000Air Blank 15:28

0.078Control Test 15:28

0.000Air Blank 15:29

OKDiagnostics Check 15:29

Data Download Date/Time: 02/26/2019 19:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:4402/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:26

Sumter County SO

ORTIZ,BILLY

08/05/2020

13518080A5

FHP Troop C

LONG,ERIC,W

ARMSTRONG

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.078Control Test 04:19

0.000Air Blank 04:20

# 1Subject Sample 04:20 Subject Test Refused

0.000Breath Volume 04:20

0.000Air Blank 04:20

0.078Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 02/26/2019 19:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:11:3002/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:43

12:43

Sumter County SO

WILSON,DAKATA

08/05/2020

13518080A5

Sumter County SO

JACOBSON,JAMES,W

TURNER

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:03

0.000Air Blank 14:03

0.080Control Test 14:03

0.000Air Blank 14:04

# 1 0.081Subject Sample 14:05

1.531Breath Volume 14:05

0.000Air Blank 14:06

0.000Air Blank 14:08

# 2 0.080Subject Sample 14:09

1.824Breath Volume 14:09

0.000Air Blank 14:10

0.079Control Test 14:10

0.000Air Blank 14:11

OKDiagnostics Check 14:11

Data Download Date/Time: 02/26/2019 19:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:0502/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:26

Sumter County SO

BARKER,A

08/05/2020

13518080A5

Wildwood PD

HOLLIS,TERENCE,L

HOLLAND

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:34

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:36

# 1 0.194Subject Sample 19:39 Volume Not Met

0.296Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2Subject Sample 19:43 Slope Not Met

0.789Breath Volume 19:43

0.000Air Blank 19:44

0.079Control Test 19:44

0.000Air Blank 19:45

OKDiagnostics Check 19:45

Data Download Date/Time: 02/26/2019 19:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:0602/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:10

Sumter County SO

PETERSON,MATTHEW

08/05/2020

13518080A5

Sumter County SO

JONES,DEBRA,A

DORSEY

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

# 1Subject Sample 01:06 Subject Test Refused

0.000Breath Volume 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 02/26/2019 19:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:4002/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:04

Sumter County SO

BERKIHISER,R

08/05/2020

13518080A5

Sumter County SO

HOLLIS,TERENCE,L

MARONEY

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.079Control Test 20:16

0.000Air Blank 20:17

# 1 0.206Subject Sample 20:17

1.566Breath Volume 20:17

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.203Subject Sample 20:21

1.695Breath Volume 20:21

0.000Air Blank 20:21

0.079Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 02/26/2019 19:40

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:42:2302/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:27

CCA Citrus

BOSWELL,A

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

TREFRY

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.078Control Test 18:35

0.000Air Blank 18:36

# 1 0.157Subject Sample 18:37

2.851Breath Volume 18:37

0.000Air Blank 18:37

0.000Air Blank 18:39

# 2 0.162Subject Sample 18:40

2.281Breath Volume 18:40

0.000Air Blank 18:41

0.079Control Test 18:41

0.000Air Blank 18:42

OKDiagnostics Check 18:42

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:2102/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:39

CCA Citrus

SNEDEKER,T

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

REITER

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.078Control Test 01:28

0.000Air Blank 01:29

# 1 0.160Subject Sample 01:30

1.886Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.167Subject Sample 01:33

1.660Breath Volume 01:33

0.000Air Blank 01:34

0.078Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4702/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:18

CCA Citrus

DAVENPORT,J

08/05/2020

13518080A5

FHP Troop C

SCHOETTNER,ADRIAN,J

LOZOYA

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.078Control Test 04:08

0.000Air Blank 04:09

# 1 0.127Subject Sample 04:10

2.476Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.127Subject Sample 04:13

2.042Breath Volume 04:13

0.000Air Blank 04:13

0.077Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2102/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:11

CCA Citrus

SNEDEKER,T

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

GEORGE

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.078Control Test 23:45

0.000Air Blank 23:45

# 1Subject Sample 23:45 Subject Test Refused

0.000Breath Volume 23:45

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:0502/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

19:42

CCA Citrus

QUINN,S

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

RUTHRUFF

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.078Control Test 20:50

0.000Air Blank 20:51

# 1Subject Sample 20:51 Subject Test Refused

0.000Breath Volume 20:51

0.000Air Blank 20:52

0.078Control Test 20:52

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:3102/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:12

CCA Citrus

BLOTZ,G

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

HOLLIFIELD

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.077Control Test 21:54

0.000Air Blank 21:54

# 1Subject Sample 21:55 Subject Test Refused

0.000Breath Volume 21:55

0.000Air Blank 21:55

0.078Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:1802/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:13

CCA Citrus

TAYLOR,T

08/05/2020

13518080A5

Citrus County SO

ECHEVARRIA,LISA,V

TIDWELL

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:11

0.000Air Blank 19:11

0.078Control Test 19:11

0.000Air Blank 19:12

# 1Subject Sample 19:12 Subject Test Refused

0.000Breath Volume 19:12

0.000Air Blank 19:13

0.077Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:09:4202/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

15:15

CCA Citrus

HOWARD,DEP

08/05/2020

13518080A5

Citrus County SO

FLOYD,DANIEL,Z

JIMENEZ

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:01

0.000Air Blank 17:01

0.078Control Test 17:02

0.000Air Blank 17:02

# 1 0.136Subject Sample 17:04

1.765Breath Volume 17:04

0.000Air Blank 17:04

0.000Air Blank 17:06

# 2 0.123Subject Sample 17:08

1.437Breath Volume 17:08

0.000Air Blank 17:08

0.079Control Test 17:09

0.000Air Blank 17:09

OKDiagnostics Check 17:09

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:1702/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:52

CCA Citrus

BLOTZ,G

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

CIADELLA

01/31/2019

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.078Control Test 23:17

0.000Air Blank 23:18

# 1 0.236Subject Sample 23:19

1.753Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.230Subject Sample 23:22

1.410Breath Volume 23:22

0.000Air Blank 23:23

0.078Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 02/28/2019 09:32

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4802/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:12

Clermont PD

BINDER,BRONSON

06/07/2021

970670

Lake County SO

BELL,ETHAN,C

WOOLFE

02/13/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.077Control Test 00:33

0.000Air Blank 00:34

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:34

0.078Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 03/06/2019 20:25

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:1402/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

17:02

Leesburg PD

ARRIAGA,I

02/05/2020

34917080A2

Leesburg PD

PINCUS,SETH,B

PARKER

01/19/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:00

0.000Air Blank 18:01

0.079Control Test 18:01

0.000Air Blank 18:02

# 1 0.207Subject Sample 18:02

2.476Breath Volume 18:02

0.000Air Blank 18:03

0.000Air Blank 18:05

# 2 0.214Subject Sample 18:05

4.511Breath Volume 18:05

0.000Air Blank 18:06

0.078Control Test 18:06

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 02/21/2019 23:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:5702/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:59

Leesburg PD

BUXTON,DALTON

02/05/2020

34917080A2

Leesburg PD

KETCHUM,CHARLES,A

DE JESUS

01/19/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:50

0.080Control Test 18:50

0.000Air Blank 18:51

# 1 0.126Subject Sample 18:52

2.386Breath Volume 18:52

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.116Subject Sample 18:55

2.359Breath Volume 18:55

0.000Air Blank 18:56

0.080Control Test 18:56

0.000Air Blank 18:56

OKDiagnostics Check 18:56

Data Download Date/Time: 02/21/2019 23:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:3302/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:45

Leesburg PD

BROWNSBERGER,BLAINE

02/05/2020

34917080A2

Leesburg PD

PINCUS,SETH,B

MARCHBANKS

01/19/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:49

0.081Control Test 19:49

0.000Air Blank 19:50

# 1Subject Sample 19:52 Subject Test Refused

0.000Breath Volume 19:52

0.000Air Blank 19:52

0.080Control Test 19:52

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 02/21/2019 23:17

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:21:2302/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

06:34

Leesburg PD

KETCHUM,CHARLES

02/05/2020

34917080A2

Leesburg PD

KETCHUM,CHARLES,A

MATTHEW

02/21/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:14

0.000Air Blank 07:15

0.080Control Test 07:15

0.000Air Blank 07:16

# 1 0.245Subject Sample 07:16

3.113Breath Volume 07:16

0.000Air Blank 07:17

0.000Air Blank 07:19

# 2Subject Sample 07:19 RFI Detect

1.710Breath Volume 07:19

0.000Air Blank 07:20

0.079Control Test 07:20

0.000Air Blank 07:21

OKDiagnostics Check 07:21

Data Download Date/Time: 03/16/2019 12:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:29:3202/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

06:34

Leesburg PD

KETCHUM,CHARLES

02/05/2020

34917080A2

Leesburg PD

KETCHUM,CHARLES,A

MATTHEW

02/21/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:23

0.000Air Blank 07:23

0.080Control Test 07:23

0.000Air Blank 07:24

# 1 0.251Subject Sample 07:24

3.203Breath Volume 07:24

0.000Air Blank 07:25

0.000Air Blank 07:27

# 2 0.253Subject Sample 07:28

2.796Breath Volume 07:28

0.000Air Blank 07:28

0.080Control Test 07:28

0.000Air Blank 07:29

OKDiagnostics Check 07:29

Data Download Date/Time: 03/16/2019 12:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:5802/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:12

Mount Dora PD

BEECK,BENYAMIN

10/20/2019

583457

Mount Dora PD

COOK,JOSHUA,R

PEREZ-SALINAS

01/03/2019

8100.27

MOUNT DORA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.075Control Test 21:19

0.000Air Blank 21:19

# 1 0.184Subject Sample 21:20

1.523Breath Volume 21:20

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.200Subject Sample 21:23

2.156Breath Volume 21:23

0.000Air Blank 21:24

0.074Control Test 21:24 Control Outside Tolerance

0.000Air Blank 21:24

Data Download Date/Time: 02/28/2019 23:33

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:1802/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:55

Hillsborough Co SO

VASALLO,Y

01/05/2020

31517080A1

Plant City PD

MONTGOMERY,ALECIA,L

FIELDS

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

# 2 0.125Subject Sample 23:52 Volume Not Met

0.386Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:54

# 3 0.159Subject Sample 23:58

1.937Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1Subject Sample 00:02 Subject Test Refused

0.101Breath Volume 00:02

0.000Air Blank 00:03

0.078Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:3002/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:47

Hillsborough Co SO

COSTA,A

01/05/2020

31517080A1

Hillsborough Co SO

DISMORE,NANCY,J

MARTIN

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.079Control Test 03:49

0.000Air Blank 03:49

# 1 0.191Subject Sample 03:51

1.445Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.166Subject Sample 03:57 Volume Not Met

0.531Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 3 0.155Subject Sample 04:02 Volume Not Met

0.242Breath Volume 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:1902/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:47

Hillsborough Co SO

COSTA,A

01/05/2020

31517080A1

Hillsborough Co SO

DISMORE,NANCY,J

MARTIN

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.078Control Test 04:07

0.000Air Blank 04:08

# 1 0.139Subject Sample 04:11 Volume Not Met

0.433Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.137Subject Sample 04:16 Volume Not Met

0.449Breath Volume 04:16

0.000Air Blank 04:17

0.077Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:4602/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:47

Hillsborough Co SO

COSTA,A

01/05/2020

31517080A1

Hillsborough Co SO

DISMORE,NANCY,J

MARTIN

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:21

# 1 0.184Subject Sample 04:22

1.378Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2Subject Sample 04:27 No Sample Provided

0.000Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 3Subject Sample 04:33 No Sample Provided

0.000Breath Volume 04:33

0.000Air Blank 04:33

0.079Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:3202/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:33

Hillsborough Co SO

BAILEY,D

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

SZTANKO

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

# 1Subject Sample 00:35 Subject Test Refused

0.000Breath Volume 00:35

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:0902/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

05:33

Hillsborough Co SO

MOREJON,A

01/05/2020

31517080A1

Tampa PD

MCMINN,KATHY,

WARREN

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:14

0.000Air Blank 06:14

0.080Control Test 06:14

0.000Air Blank 06:15

# 1 0.201Subject Sample 06:15

2.390Breath Volume 06:15

0.000Air Blank 06:16

0.000Air Blank 06:18

# 2 0.211Subject Sample 06:18

2.054Breath Volume 06:18

0.000Air Blank 06:19

0.080Control Test 06:19

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:2402/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:29

Hillsborough Co SO

LYON,M

01/05/2020

31517080A1

Tampa PD

HOLLAND,CHARLEENE,N

BAEZ

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

# 1 0.090Subject Sample 22:31

1.375Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.088Subject Sample 22:34

1.812Breath Volume 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:5902/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:00

Hillsborough Co SO

CAMPBELL,J

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

REDDING

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.080Control Test 23:48

0.000Air Blank 23:48

# 1 0.220Subject Sample 23:50

1.761Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.210Subject Sample 23:54

1.242Breath Volume 23:54

0.000Air Blank 23:55

0.079Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:4102/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:43

Hillsborough Co SO

VANTREESE,S

01/05/2020

31517080A1

Tampa PD

DISMORE,NANCY,J

AZEVEDO

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1 0.066Subject Sample 00:29

2.722Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.065Subject Sample 00:32

2.476Breath Volume 00:32

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:2102/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:08

Hillsborough Co SO

RODRIGUEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

SHEPPARD

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.079Control Test 05:09

0.000Air Blank 05:09

# 1 0.106Subject Sample 05:10

1.460Breath Volume 05:10

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.106Subject Sample 05:12

1.242Breath Volume 05:12

0.000Air Blank 05:13

0.080Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:5002/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:31

Hillsborough Co SO

DRISCOLL,B

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

JOUBERT-MALDONADO

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

# 1 0.138Subject Sample 03:31

1.699Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.137Subject Sample 03:37 Slope Not Level

1.808Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 3 0.148Subject Sample 03:41

1.570Breath Volume 03:41

0.000Air Blank 03:41

0.078Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:4002/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:42

05:26

Hillsborough Co SO

BARLAUG,G

01/05/2020

31517080A1

Tampa PD

DISMORE,NANCY,J

HUNTLEY

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:02

0.079Control Test 06:03

0.000Air Blank 06:03

# 1 0.119Subject Sample 06:04

2.363Breath Volume 06:04

0.000Air Blank 06:04

0.000Air Blank 06:06

# 2 0.114Subject Sample 06:07

2.230Breath Volume 06:07

0.000Air Blank 06:07

0.079Control Test 06:08

0.000Air Blank 06:08

OKDiagnostics Check 06:08

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:28:1502/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:01

05:45

Hillsborough Co SO

MASLAN,J

01/05/2020

31517080A1

Seminole Res (Hills)

SNYDER,MELONIE,E

MITCHELL

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:22

0.000Air Blank 07:22

0.079Control Test 07:22

0.000Air Blank 07:23

# 1 0.237Subject Sample 07:23

2.945Breath Volume 07:23

0.000Air Blank 07:24

0.000Air Blank 07:26

# 2 0.246Subject Sample 07:26

3.128Breath Volume 07:26

0.000Air Blank 07:27

0.079Control Test 07:27

0.000Air Blank 07:28

OKDiagnostics Check 07:28

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:1202/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:23

Hillsborough Co SO

FLORES,C

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,D,C

POLLACK

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.080Control Test 22:34

0.000Air Blank 22:34

# 1 0.000Subject Sample 22:35

3.503Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.000Subject Sample 22:37

3.085Breath Volume 22:37

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:5402/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:52

Hillsborough Co SO

BARLAUG,G

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

GREEN

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.079Control Test 04:47

0.000Air Blank 04:47

# 1 0.117Subject Sample 04:48

1.531Breath Volume 04:48

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.124Subject Sample 04:51

2.386Breath Volume 04:51

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:03:4902/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:36

07:30

Hillsborough Co SO

NAYLOR,I

01/05/2020

31517080A1

Hillsborough Co SO

SMITH,REBECCA,J

JARAMILLO TORRES

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:56

0.000Air Blank 08:56

0.079Control Test 08:57

0.000Air Blank 08:57

# 1 0.000Subject Sample 08:59

2.042Breath Volume 08:59

0.000Air Blank 08:59

0.000Air Blank 09:01

# 2 0.000Subject Sample 09:02

1.925Breath Volume 09:02

0.000Air Blank 09:02

0.079Control Test 09:03

0.000Air Blank 09:03

OKDiagnostics Check 09:03

Data Download Date/Time: 02/18/2019 09:06

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:2102/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

19:40

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

THOMPSON

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:48

# 1 0.155Subject Sample 20:51 Volume Not Met

0.230Breath Volume 20:51

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.187Subject Sample 20:56 Volume Not Met

0.339Breath Volume 20:56

0.000Air Blank 20:57

0.078Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:4402/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

19:40

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

THOMPSON

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

# 1 0.188Subject Sample 21:05 Volume Not Met

0.148Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.186Subject Sample 21:11 Volume Not Met

0.226Breath Volume 21:11

0.000Air Blank 21:11

0.079Control Test 21:12

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:4202/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:08

Hillsborough Co SO

DRISCOLL,B

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,D,C

BOUCHER

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.079Control Test 01:22

0.000Air Blank 01:22

# 1 0.272Subject Sample 01:25 Volume Not Met

0.257Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

0.000Air Blank 01:29

0.077Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:4202/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

20:55

20:03

Hillsborough Co SO

HARPER,C

01/05/2020

31517080A1

Tampa PD

MCMINN,KATHY,

LEUSZLER

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:22

# 1 0.165Subject Sample 21:23

3.453Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2Subject Sample 21:26 Subject Test Refused

0.000Breath Volume 21:26

0.000Air Blank 21:26

0.079Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:2602/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:46

Hillsborough Co SO

MOREJON,A

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

RODRIGUEZ COLLAZO

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:25

0.080Control Test 05:25

0.000Air Blank 05:26

# 1 0.230Subject Sample 05:26

2.464Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.229Subject Sample 05:29

2.710Breath Volume 05:29

0.000Air Blank 05:30

0.079Control Test 05:30

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:3202/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:10

Hillsborough Co SO

THORNE,S

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GOMEZ ESCALANTE

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.079Control Test 22:03

0.000Air Blank 22:03

# 1 0.105Subject Sample 22:05

3.679Breath Volume 22:05

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.105Subject Sample 22:08

3.722Breath Volume 22:08

0.000Air Blank 22:08

0.079Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:1002/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:17

Hillsborough Co SO

SULLIVAN,T

01/05/2020

31517080A1

FHP Troop C

DISMORE,NANCY,J

STEVENSON

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.079Control Test 04:38

0.000Air Blank 04:38

# 1 0.173Subject Sample 04:41 Volume Not Met

0.128Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.172Subject Sample 04:47 Volume Not Met

0.636Breath Volume 04:47

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:3602/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:17

Hillsborough Co SO

SULLIVAN,T

01/05/2020

31517080A1

FHP Troop C

DISMORE,NANCY,J

STEVENSON

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.078Control Test 04:51

0.000Air Blank 04:52

# 1 0.190Subject Sample 04:52

1.460Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.181Subject Sample 04:56

1.355Breath Volume 04:56

0.000Air Blank 04:57

0.078Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:0602/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:44

Hillsborough Co SO

LYON,M

01/05/2020

31517080A1

Tampa PD

HOLLAND,CHARLEENE,N

MATTOS

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.080Control Test 00:41

0.000Air Blank 00:41

# 1 0.171Subject Sample 00:42

2.238Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.173Subject Sample 00:45

1.957Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:2502/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:48

Hillsborough Co SO

TIBURCIO,I

01/05/2020

31517080A1

Hillsborough Co SO

DISMORE,NANCY,J

WALKER

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.224Subject Sample 03:50

1.578Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.208Subject Sample 03:53

1.554Breath Volume 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3502/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:04

Hillsborough Co SO

BRABAND,M

01/05/2020

31517080A1

Tampa PD

BARNES AVERY,D,C

WILLIAMS II

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:51

# 1 0.112Subject Sample 02:52

2.003Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.113Subject Sample 02:55

1.386Breath Volume 02:55

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3702/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:02

Hillsborough Co SO

RODRIGUEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,D,C

MARTIN

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:11

# 1 0.121Subject Sample 00:12

1.890Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.127Subject Sample 00:15

2.292Breath Volume 00:15

0.000Air Blank 00:15

0.079Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3202/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:20

Hillsborough Co SO

FLORES,C

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

NORRIS

02/04/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

# 1 0.049Subject Sample 01:06

2.144Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.048Subject Sample 01:10

3.101Breath Volume 01:10

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 02/18/2019 09:07

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3202/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:40

Martin County SO

THOMAS,CHRISTOPHER

05/05/2019

06717080A7

Martin County SO

THOMAS,CHRISTOPHER,L

POZOS

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.078Control Test 01:46

0.000Air Blank 01:46

# 1 0.162Subject Sample 01:47

1.371Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.164Subject Sample 01:49

1.550Breath Volume 01:49

0.000Air Blank 01:50

0.077Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 02/09/2019 19:58

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0302/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:02

Martin County SO

THOMAS,CHRISTOPHER

05/05/2019

06717080A7

Martin County SO

THOMAS,CHRISTOPHER,L

MULLIS

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:45 No Sample Provided

0.000Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:49

0.077Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:50

Data Download Date/Time: 02/09/2019 19:58

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:4302/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:43

16:08

Martin County SO

CUTY,J

05/05/2019

06717080A7

Martin County SO

CUTY,J,K

CARR

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:04

0.000Air Blank 17:04

0.078Control Test 17:05

0.000Air Blank 17:05

# 1 0.247Subject Sample 17:05

1.117Breath Volume 17:05

0.000Air Blank 17:06

0.000Air Blank 17:08

# 2 0.242Subject Sample 17:10

1.128Breath Volume 17:10

0.000Air Blank 17:10

0.078Control Test 17:11

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 02/09/2019 19:58

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:1602/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:31

Martin County SO

THOMAS,CHRISTOPHER

05/05/2019

06717080A7

Martin County SO

THOMAS,CHRISTOPHER,L

PEDRO DIEGO

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.077Control Test 20:23

0.000Air Blank 20:23

# 1 0.169Subject Sample 20:24

2.085Breath Volume 20:24

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.136Subject Sample 20:29 Volume Not Met

0.843Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 3 0.163Subject Sample 20:32

1.117Breath Volume 20:32

0.000Air Blank 20:33

0.075Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 02/09/2019 19:58

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:3902/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:33

Martin County SO

CAPLAN,CHRISTOPHER

05/05/2019

06717080A7

Martin County SO

CAPLAN,CHRISTOPHER,M

HARRINGTON

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.077Control Test 23:28

0.000Air Blank 23:29

# 1 0.211Subject Sample 23:30

3.351Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:32

# 2 0.226Subject Sample 23:34

3.109Breath Volume 23:34

0.000Air Blank 23:34

0.077Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 02/09/2019 19:58

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:5202/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:02

Martin County SO

BLASZYK,JACOB

05/05/2019

06717080A7

Martin County SO

BLASZYK,JACOB,A

GAMBA

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.078Control Test 00:34

0.000Air Blank 00:34

# 1 0.151Subject Sample 00:35

3.613Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.148Subject Sample 00:38

4.210Breath Volume 00:38

0.000Air Blank 00:38

0.077Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/09/2019 19:58

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:5602/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:28

Martin County SO

BLASZYK,JACOB

05/05/2019

06717080A7

Martin County SO

BLASZYK,JACOB,A

ROA

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.077Control Test 05:06

0.000Air Blank 05:06

# 1 0.201Subject Sample 05:07

2.085Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:09

# 2 0.189Subject Sample 05:10

1.218Breath Volume 05:10

0.000Air Blank 05:10

0.077Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 02/09/2019 19:58

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:5402/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:26

Astatula PD

ROBBINS,CHARLES

02/05/2019

34416080A2

Lake County SO

CALHOUN,JOHN,A

SHIPLEY

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 00:00

# 1Subject Sample 00:00 Subject Test Refused

0.000Breath Volume 00:00

0.000Air Blank 00:00

0.079Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:3702/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:50

FHP Troop D

RITTER,ALEC

02/05/2019

34416080A2

FHP Troop D

RITTER,ALEC,D

RIVERA

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.079Control Test 02:56

0.000Air Blank 02:56

# 1 0.105Subject Sample 02:57

1.449Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.101Subject Sample 03:00

1.550Breath Volume 03:00

0.000Air Blank 03:00

0.079Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:4602/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:06

Astatula PD

RICE,ANDREW

02/05/2019

34416080A2

Mount Dora PD

CAPRAUN,ERICK,L

SMITH

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

# 1 0.000Subject Sample 23:45 Volume Not Met

0.203Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.000Subject Sample 23:48

2.226Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 3 0.000Subject Sample 23:54

1.351Breath Volume 23:54

0.000Air Blank 23:54

0.081Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2802/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:07

FHP Troop D

RITTER,ALEC

02/05/2019

34416080A2

FHP Troop D

RITTER,ALEC,D

BROWN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

# 1 0.220Subject Sample 02:22

2.750Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:24

# 2 0.235Subject Sample 02:25

3.562Breath Volume 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3102/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:31

Astatula PD

APONTE,JOSHUA

02/05/2019

34416080A2

Groveland PD

CALHOUN,JOHN,A

LAMPMAN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:22

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:4402/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:10

FHP Troop D

RITTER,ALEC

02/05/2019

34416080A2

FHP Troop D

RITTER,ALEC,D

TALWAR

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

# 1 0.044Subject Sample 04:28

2.613Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 2 0.039Subject Sample 04:32

1.113Breath Volume 04:32

0.000Air Blank 04:32

0.078Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:09:1302/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:40

12:22

Clermont PD

BELL,ETHAN

02/05/2019

34416080A2

Clermont PD

BELL,ETHAN,C

RIBEIRO

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:03

0.000Air Blank 14:03

0.080Control Test 14:03

0.000Air Blank 14:04

# 1 0.000Subject Sample 14:04

1.484Breath Volume 14:04

0.000Air Blank 14:05

0.000Air Blank 14:07

# 2 0.000Subject Sample 14:07

1.515Breath Volume 14:07

0.000Air Blank 14:08

0.078Control Test 14:08

0.000Air Blank 14:09

OKDiagnostics Check 14:09

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:0302/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:00

Astatula PD

KRUSE,KRIS

02/05/2019

34416080A2

Clermont PD

CALHOUN,JOHN,A

MURRAY

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:06

0.080Control Test 05:07

0.000Air Blank 05:07

# 1Subject Sample 05:10 Subject Test Refused

0.324Breath Volume 05:10

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:12

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:3402/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:06

Lake County SO

CHESSHER,SANDRA

06/07/2021

970670

Lake County SO

CHESSHER,SANDRA,W

RUGGIERO

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

# 1 0.115Subject Sample 01:32

1.894Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.120Subject Sample 01:36

2.046Breath Volume 01:36

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:41:1002/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

06:25

Astatula PD

FENN,OSCAR

06/07/2021

970670

FHP Troop D

MCDONALD,TROY,P

WEBB

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:38

0.000Air Blank 07:38

0.081Control Test 07:39

0.000Air Blank 07:39

# 1Subject Sample 07:39 Subject Test Refused

0.000Breath Volume 07:39

0.000Air Blank 07:40

0.080Control Test 07:40

0.000Air Blank 07:41

OKDiagnostics Check 07:41

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:0202/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

19:10

FHP Troop D

ALIJAGIC,SAMIR

06/07/2021

970670

FHP Troop D

ALIJAGIC,SAMIR,

PEREZ

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

Air Blank 20:10 RFI Detect

Air Blank 20:11 RFI Detect

Data Download Date/Time: 02/13/2019 20:20

31 May 2019

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:4802/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

19:10

FHP Troop D

ALIJAGIC,SAMIR

06/07/2021

970670

FHP Troop D

ALIJAGIC,SAMIR,

PEREZ

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:13

0.080Control Test 20:13

0.000Air Blank 20:14

# 1Subject Sample 20:14 RFI Detect

0.000Breath Volume 20:14

Air Blank 20:14 RFI Detect

Air Blank 20:14 RFI Detect

Data Download Date/Time: 02/13/2019 20:20

31 May 2019

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:5302/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

19:10

FHP Troop D

ALIJAGIC,SAMIR

06/07/2021

970670

FHP Troop D

ALIJAGIC,SAMIR,

PEREZ

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.080Control Test 20:17

0.000Air Blank 20:17

# 1 0.238Subject Sample 20:18

2.457Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:20

# 2 0.228Subject Sample 20:21

1.355Breath Volume 20:21

0.000Air Blank 20:21

0.079Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:0102/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

19:10

FHP Troop D

ALIJAGIC,SAMIR

06/07/2021

970670

FHP Troop D

ALIJAGIC,SAMIR,

PEREZ

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.079Control Test 20:25

0.000Air Blank 20:25

# 1 0.222Subject Sample 20:26

3.089Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.221Subject Sample 20:29

3.339Breath Volume 20:29

0.000Air Blank 20:30

0.078Control Test 20:30

0.000Air Blank 20:30

OKDiagnostics Check 20:31

Data Download Date/Time: 02/13/2019 20:20

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:3402/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:57

Lake County SO

APONTE,J

06/07/2021

970670

Groveland PD

CORMAN,GERALD,E

HAWKINS

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:49

# 1Subject Sample 23:52 No Sample Provided

0.000Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2Subject Sample 23:55 Subject Test Refused

0.000Breath Volume 23:55

0.000Air Blank 23:55

0.081Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 02/13/2019 20:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:0002/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:54

FHP Troop D

MCKENZIE,WILLIAM

06/07/2021

970670

FHP Troop D

MCKENZIE,WILLIAM,S

MACGOWAN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.081Control Test 21:42

0.000Air Blank 21:42

# 1 0.116Subject Sample 21:43

2.964Breath Volume 21:43

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.105Subject Sample 21:46

1.351Breath Volume 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:48

Data Download Date/Time: 02/13/2019 20:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:0802/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:10

FHP Troop D

ALIJAGIC,SAMIR

06/07/2021

970670

FHP Troop D

ALIJAGIC,SAMIR,

GRAHAM

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:09

# 1Subject Sample 22:09 Sequence Aborted

0.000Breath Volume 22:09

0.000Air Blank 22:10

Data Download Date/Time: 02/13/2019 20:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:15:2502/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

15:33

Clermont PD

BELL,ETHAN

06/07/2021

970670

Clermont PD

BELL,ETHAN,C

MELENDEZ

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:07

0.000Air Blank 15:08

0.080Control Test 15:08

0.000Air Blank 15:09

# 1 0.262Subject Sample 15:11

2.199Breath Volume 15:11

0.000Air Blank 15:11

0.000Air Blank 15:13

# 2 0.250Subject Sample 15:13

1.496Breath Volume 15:13

0.000Air Blank 15:14

0.080Control Test 15:14

0.000Air Blank 15:15

OKDiagnostics Check 15:15

Data Download Date/Time: 02/13/2019 20:21

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:4802/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

21:24

Astatula PD

CALHOUN,JOHN

06/07/2021

970670

Astatula PD

CALHOUN,JOHN,A

YORK

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.080Control Test 22:14

0.000Air Blank 22:14

# 1 0.077Subject Sample 22:15

3.062Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:17

# 2 0.074Subject Sample 22:18

2.507Breath Volume 22:18

0.000Air Blank 22:18

0.080Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 03/06/2019 20:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:2902/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:22

Astatula PD

APONTE,JOSHUA

06/07/2021

970670

Groveland PD

CALHOUN,JOHN,A

MURPHY

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:16

# 1Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 03/06/2019 20:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:2302/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:08

FHP Troop D

RITTER,ALEC

06/07/2021

970670

FHP Troop D

RITTER,ALEC,D

CRUZ MEDINA

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1Subject Sample 04:02 No Sample Provided

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2Subject Sample 04:07 Subject Test Refused

0.109Breath Volume 04:07

0.000Air Blank 04:08

0.083Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 03/06/2019 20:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:1102/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:28

Lake County SO

BINDER,BRONSON

06/07/2021

970670

Lake County SO

BINDER,BRONSON,M

LING

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.080Control Test 01:41

0.000Air Blank 01:41

# 1 0.130Subject Sample 01:42

1.535Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.134Subject Sample 01:45

1.265Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 03/06/2019 20:15

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2502/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:15

Clermont PD

BELL,ETHAN

06/07/2021

970670

Clermont PD

BELL,ETHAN,C

MYRICK

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1 0.150Subject Sample 02:48

1.843Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.146Subject Sample 02:51

1.859Breath Volume 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:0802/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:39

Lake County SO

CORMAN,GERALD

06/07/2021

970670

Lake County SO

CORMAN,GERALD,E

LENNON

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.080Control Test 04:58

0.000Air Blank 04:58

# 1Subject Sample 04:59 Subject Test Refused

0.000Breath Volume 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4002/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:24

Astatula PD

KRUSE,KRIS

06/07/2021

970670

Clermont PD

CALHOUN,JOHN,A

KAMAL

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

# 1 0.218Subject Sample 02:29

1.992Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.215Subject Sample 02:32

2.171Breath Volume 02:32

0.000Air Blank 02:33

0.078Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:23:1402/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:56

07:24

Astatula PD

ABBOTT,GARY

06/07/2021

970670

Lake County SO

MCDONALD,TROY,P

HUTCHESON

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:20

0.000Air Blank 08:20

0.081Control Test 08:21

0.000Air Blank 08:21

# 1Subject Sample 08:21 Subject Test Refused

0.000Breath Volume 08:21

0.000Air Blank 08:22

0.079Control Test 08:22

0.000Air Blank 08:23

OKDiagnostics Check 08:23

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:5302/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:50

Astatula PD

APONTE,JOSHUA

06/07/2021

970670

Groveland PD

CALHOUN,JOHN,A

LOPEZ SANTOS

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:51

# 1Subject Sample 21:51 Subject Test Refused

0.000Breath Volume 21:51

0.000Air Blank 21:51

0.080Control Test 21:52

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3002/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:21

Astatula PD

VAKRATSIS,ALEXA

06/07/2021

970670

Clermont PD

CALHOUN,JOHN,A

TORREALBA LAGOS

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.168Subject Sample 03:39

1.382Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.151Subject Sample 03:41

2.054Breath Volume 03:41

0.000Air Blank 03:42

0.078Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:5002/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

20:39

FHP Troop D

MCKENZIE,WILLIAM

06/07/2021

970670

FHP Troop D

MCKENZIE,WILLIAM,S

SAYLOR

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

Air Blank 00:42 RFI Detect

0.000Air Blank 00:42

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:2502/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

20:39

FHP Troop D

MCKENZIE,WILLIAM

06/07/2021

970670

FHP Troop D

MCKENZIE,WILLIAM,S

SAYLOR

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.025Subject Sample 00:45

1.980Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.024Subject Sample 00:48

1.882Breath Volume 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1702/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

01:40

Lake County SO

LANDA,JAVIER

06/07/2021

970670

Lake County SO

CORMAN,GERALED,E

WAHL

02/13/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.080Control Test 03:01

0.000Air Blank 03:01

# 1 0.163Subject Sample 03:04 Volume Not Met

0.187Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.139Subject Sample 03:10 Volume Not Met

0.074Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 03/06/2019 20:16

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:0402/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:32

Sarasota County SO

BUEHLER,DEP

09/05/2019

19817080A2

Sarasota County SO

BUEHLER,DEP,M

GALLERY

01/30/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

# 1 0.268Subject Sample 23:38

2.171Breath Volume 23:38

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.270Subject Sample 23:41

1.867Breath Volume 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:43

Data Download Date/Time: 02/27/2019 09:36

31 May 2019Printed:

COBRA ©1997-2014 CMI, Inc.


