
80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:4507/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:35

SOUTH MIAMI PD

LANDA,CHELSY

09/27/2020

AG827002

SOUTH MIAMI PD

LANDA,CHELSY,

SALAZAR

06/28/2019

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

# 1 0.000Subject Sample 04:15 Volume Not Met

0.371Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.000Subject Sample 04:19

1.699Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 3 0.000Subject Sample 04:23

1.843Breath Volume 04:23

0.000Air Blank 04:23

0.079Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 07/19/2019 09:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:0807/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:10

SOUTH MIAMI PD

NAVE,K

09/27/2020

AG827002

SOUTH MIAMI PD

LANDA,CHELSY,

SANTIAGO

06/28/2019

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:42

# 1Subject Sample 04:44 Interferent Detect

1.218Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 07/19/2019 09:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:5807/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:10

SOUTH MIAMI PD

NAVE,K

09/27/2020

AG827002

SOUTH MIAMI PD

LANDA,CHELSY,

SANTIAGO

06/28/2019

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:50

# 1Subject Sample 04:52 Interferent Detect

2.476Breath Volume 04:52

Air Blank 04:53 Purge Fail

0.000Air Blank 04:53

Data Download Date/Time: 07/19/2019 09:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4407/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:10

SOUTH MIAMI PD

NAVE,K

09/27/2020

AG827002

SOUTH MIAMI PD

LANDA,CHELSY,

SANTIAGO

06/28/2019

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.077Control Test 04:57

0.000Air Blank 04:57

# 1Subject Sample 04:58 Interferent Detect

1.996Breath Volume 04:58

0.000Air Blank 04:59

0.077Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 07/19/2019 09:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0307/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:10

SOUTH MIAMI PD

NAVE,K

09/27/2020

AG827002

SOUTH MIAMI PD

LANDA,CHELSY,

SANTIAGO

06/28/2019

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.077Control Test 05:03

0.000Air Blank 05:03

# 1Subject Sample 05:06 Interferent Detect

1.148Breath Volume 05:06

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:08

Data Download Date/Time: 07/19/2019 09:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:1307/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:10

SOUTH MIAMI PD

NAVE,K

09/27/2020

AG827002

SOUTH MIAMI PD

LANDA,CHELSY,

SANTIAGO

06/28/2019

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.076Control Test 05:15

0.000Air Blank 05:15

# 1 0.132Subject Sample 05:17

1.980Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:19

# 2 0.131Subject Sample 05:21

1.847Breath Volume 05:21

0.000Air Blank 05:22

0.077Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 07/19/2019 09:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:0907/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:34

SOUTH MIAMI PD

LANDA,CHELSY

09/27/2020

AG827002

SOUTH MIAMI PD

LANDA,CHELSY,

WAITE

06/28/2019

8100.27

SOUTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:08

# 1 0.157Subject Sample 05:11

1.902Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:13

# 2 0.157Subject Sample 05:14

2.019Breath Volume 05:14

0.000Air Blank 05:15

0.078Control Test 05:15

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 07/19/2019 09:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4207/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:19

Clearwater PD

REED,T

03/05/2020

02618080A2

Clearwater PD

SOLAKIAN,GEORGE,E

HUNTER

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:18

# 1Subject Sample 01:19 Sequence Aborted

0.000Breath Volume 01:19

0.000Air Blank 01:19

Data Download Date/Time: 07/19/2019 15:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:2107/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:19

Clearwater PD

REED,T

03/05/2020

02618080A2

Clearwater PD

SOLAKIAN,GEORGE,E

HUNTER

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.000Subject Sample 01:38

1.996Breath Volume 01:38

Air Blank 01:38 RFI Detect

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 07/19/2019 15:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:0807/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:19

Clearwater PD

REED,T

03/05/2020

02618080A2

Clearwater PD

SOLAKIAN,GEORGE,E

HUNTER

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

# 1 0.000Subject Sample 01:44

1.937Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.000Subject Sample 01:47

2.167Breath Volume 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 07/19/2019 15:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:09:2507/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:40

07:48

Clearwater PD

KURINSKY,DAVID

03/05/2020

02618080A2

Clearwater PD

MCCANN,KEVIN,R

ABDELKADER

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:01

0.000Air Blank 09:01

0.079Control Test 09:01

0.000Air Blank 09:02

# 1 0.000Subject Sample 09:04

1.777Breath Volume 09:04

0.000Air Blank 09:04

0.000Air Blank 09:06

# 2 0.000Subject Sample 09:08

2.531Breath Volume 09:08

0.000Air Blank 09:08

0.078Control Test 09:08

0.000Air Blank 09:09

OKDiagnostics Check 09:09

Data Download Date/Time: 07/19/2019 15:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:3207/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:35

Clearwater PD

NUGENT,DAVID

03/05/2020

02618080A2

Clearwater PD

NUGENT,DAVID,A

BECKER-SHEEHAN

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:18

# 1 0.134Subject Sample 01:19

1.921Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:21

# 2 0.132Subject Sample 01:22

1.433Breath Volume 01:22

0.000Air Blank 01:23

0.080Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 07/19/2019 15:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3307/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:18

Clearwater PD

REED,CHAD

03/05/2020

02618080A2

Clearwater PD

REED,CHAD,R

MCGREW

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.079Control Test 02:08

0.000Air Blank 02:08

# 1 0.204Subject Sample 02:09

1.636Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.201Subject Sample 02:12

1.679Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 07/19/2019 15:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:3807/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:05

Clearwater PD

HURT,JONATHAN

03/05/2020

02618080A2

Clearwater PD

HURT,JONATHAN,R

HALL

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

# 1 0.178Subject Sample 01:47

2.425Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.177Subject Sample 01:51

2.449Breath Volume 01:51

0.000Air Blank 01:51

0.078Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 07/19/2019 15:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:0107/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:26

Clearwater PD

NEGERSMITH,D

03/05/2020

02618080A2

Clearwater PD

NUGENT,DAVID,A

MISURACA

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:42

0.080Control Test 18:42

0.000Air Blank 18:42

# 1 0.076Subject Sample 18:43

2.785Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.072Subject Sample 18:46

1.644Breath Volume 18:46

0.000Air Blank 18:47

0.079Control Test 18:47

0.000Air Blank 18:47

OKDiagnostics Check 18:48

Data Download Date/Time: 07/19/2019 15:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:1507/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:20

Clearwater PD

EDMONDS,RICHARD

03/05/2020

02618080A2

Clearwater PD

EDMONDS,RICHARD,J

MEDINA

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1Subject Sample 03:56 Slope Not Met

0.664Breath Volume 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 07/19/2019 15:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:1207/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:10

Clearwater PD

EDMONDS,RICHARD

03/05/2020

02618080A2

Clearwater PD

EDMONDS,RICHARD,J

MEDINA

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

# 1 0.276Subject Sample 04:02

1.957Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.280Subject Sample 04:05

1.132Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 07/19/2019 15:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:4307/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:28

17:28

Clearwater PD

HURT,JONATHAN

03/05/2020

02618080A2

Clearwater PD

HURT,JONATHAN,R

MCFARLING

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:03

0.000Air Blank 18:04

0.079Control Test 18:04

0.000Air Blank 18:05

# 1 0.046Subject Sample 18:05

2.207Breath Volume 18:05

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2 0.046Subject Sample 18:09

2.046Breath Volume 18:09

0.000Air Blank 18:09

0.079Control Test 18:10

0.000Air Blank 18:10

OKDiagnostics Check 18:10

Data Download Date/Time: 07/19/2019 15:44

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0507/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:20

Clearwater PD

HURT,JONATHAN

03/05/2020

02618080A2

Clearwater PD

HURT,JONATHAN,R

SHORT

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:41

# 1 0.139Subject Sample 23:43

2.414Breath Volume 23:43

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.144Subject Sample 23:46

2.742Breath Volume 23:46

0.000Air Blank 23:47

0.079Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:48

Data Download Date/Time: 07/19/2019 15:44

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:5707/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:19

Clearwater PD

BUIS,OFC. J

03/05/2020

02618080A2

Clearwater PD

BUIS,OFC. J,

WOMACK

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

# 1 0.198Subject Sample 03:53

2.652Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.197Subject Sample 03:56

2.214Breath Volume 03:56

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 07/19/2019 15:44

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2007/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:59

Clearwater PD

NEGERSMITH,DANIEL

03/05/2020

02618080A2

Clearwater PD

NEGERSMITH,DANIEL,M

PEREZ

06/07/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.080Control Test 04:00

0.000Air Blank 04:00

# 1 0.136Subject Sample 04:01

3.355Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.133Subject Sample 04:04

3.304Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 07/19/2019 15:44

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:2807/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:59

Clearwater PD

RODRIGUEZ,X

03/05/2020

02618080A2

Clearwater PD

LASCKO,J,

STEWART

07/16/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.079Control Test 21:30

0.000Air Blank 21:31

# 1 0.105Subject Sample 21:31

2.640Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.107Subject Sample 21:34

2.726Breath Volume 21:34

0.000Air Blank 21:35

0.078Control Test 21:35

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 08/23/2019 19:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:4507/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:25

Clearwater PD

HENNIS,J

03/05/2020

02618080A2

Clearwater PD

OBRIEN,DANIEL,P

RANEY

07/16/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.080Control Test 04:56

0.000Air Blank 04:56

# 1 0.158Subject Sample 04:58

2.589Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.143Subject Sample 05:01

1.710Breath Volume 05:01

0.000Air Blank 05:01

0.079Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 08/23/2019 19:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:0207/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:12

17:12

Clearwater PD

HURT,JONATHAN

03/05/2020

02618080A2

Clearwater PD

HURT,JONATHAN,R

MERCADO

07/16/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:54

0.080Control Test 17:54

0.000Air Blank 17:54

# 1Subject Sample 17:58 No Sample Provided

0.000Breath Volume 17:58

0.000Air Blank 17:58

0.000Air Blank 18:00

# 2Subject Sample 18:03 No Sample Provided

0.000Breath Volume 18:03

0.000Air Blank 18:04

0.079Control Test 18:04

0.000Air Blank 18:04

OKDiagnostics Check 18:05

Data Download Date/Time: 08/23/2019 19:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:1807/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:43

Clearwater PD

NEGERSMITH,DANIEL

03/05/2020

02618080A2

Clearwater PD

NEGERSMITH,DANIEL,M

TORRES

07/16/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:28

# 1 0.101Subject Sample 02:29

2.453Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.098Subject Sample 02:32

1.878Breath Volume 02:32

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 08/23/2019 19:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:2107/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:37

Clearwater PD

BUIS,OFC. J

03/05/2020

02618080A2

Clearwater PD

BUIS,OFC. J,

NAIL

07/16/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.203Subject Sample 03:07

2.234Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.193Subject Sample 03:10

2.316Breath Volume 03:10

0.000Air Blank 03:11

0.078Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 08/23/2019 19:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:5007/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:43

Clearwater PD

REILLY,JAMES

03/05/2020

02618080A2

Clearwater PD

RICHMOND,MATTHEW,D

ALLEN

07/16/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:19

0.000Air Blank 17:19

0.079Control Test 17:20

0.000Air Blank 17:20

# 1Subject Sample 17:22 Subject Test Refused

0.000Breath Volume 17:22

0.000Air Blank 17:22

0.079Control Test 17:23

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 08/23/2019 19:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:2607/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:24

Clearwater PD

MILLER,THEODORE

03/05/2020

02618080A2

Clearwater PD

MILLER,THEODORE,J

TRITZ

07/16/2019

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:20

# 1 0.363Subject Sample 00:21

1.835Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2Subject Sample 00:27 No Sample Provided

0.000Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 3Subject Sample 00:33 No Sample Provided

0.000Breath Volume 00:33

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 08/23/2019 19:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:5307/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:53

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

MEJIA MATIAS

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.077Control Test 00:48

0.000Air Blank 00:48

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:50

0.077Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:4107/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:31

Manatee County SO

MONTEMAGNO,CARLO

11/15/2020

867139

Manatee County SO

MONTEMAGNO,CARLO,C

RAMIREZ

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.078Control Test 03:10

0.000Air Blank 03:10

# 1 0.333Subject Sample 03:11

1.789Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.318Subject Sample 03:14

1.679Breath Volume 03:14

0.000Air Blank 03:14

0.077Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4107/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:38

FHP Troop F

LUNDER,MITCH

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

WESTERMAN

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.078Control Test 01:40

0.000Air Blank 01:41

# 1 0.059Subject Sample 01:42

4.136Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.059Subject Sample 01:46

4.242Breath Volume 01:46

0.000Air Blank 01:46

0.078Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4707/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:23

FHP Troop F

LEDFORDF,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

CERON JIMINEZ

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.077Control Test 01:52

0.000Air Blank 01:53

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:50:2307/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

14:30

13:59

FFWCC (Lakeland)

GONZALES,AARON

11/15/2020

867139

FFWCC (Lakeland)

GONZALES,AARON,K

RICHLESS

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:43

0.000Air Blank 15:44

0.077Control Test 15:44

0.000Air Blank 15:45

# 1 0.016Subject Sample 15:45

3.417Breath Volume 15:45

0.000Air Blank 15:46

0.000Air Blank 15:48

# 2 0.016Subject Sample 15:48

2.917Breath Volume 15:48

0.000Air Blank 15:49

0.077Control Test 15:49

0.000Air Blank 15:50

OKDiagnostics Check 15:50

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:5107/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:45

Bradenton PD

VAUGHN,RYAN

11/15/2020

867139

Bradenton PD

VAUGHN,RYAN,

CLEARY

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.078Control Test 00:55

0.000Air Blank 00:56

# 1 0.166Subject Sample 00:57

4.246Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.153Subject Sample 01:00

2.007Breath Volume 01:00

0.000Air Blank 01:00

0.078Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:0207/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:08

FHP Troop F

BERGMAN,T

11/15/2020

867139

FHP Troop F

TOMBERLIN,KEVIN,W

SIMMONS

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.077Control Test 01:25

0.000Air Blank 01:25

# 1 0.210Subject Sample 01:26

3.132Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:28

# 2 0.221Subject Sample 01:29

3.460Breath Volume 01:29

0.000Air Blank 01:30

0.076Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:31

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0407/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:21

Bradenton PD

LUNDER,MITCHELL

11/15/2020

867139

Bradenton PD

VAUGHN,RYAN,

TEJADA-GONZALEZ

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:15

# 1 0.141Subject Sample 02:17

3.250Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.145Subject Sample 02:20

2.402Breath Volume 02:20

0.000Air Blank 02:21

0.077Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:22

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5707/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:00

Bradenton PD

VAUGHN,RYAN

11/15/2020

867139

Bradenton PD

VAUGHN,RYAN,

HUDSON

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:14

# 1Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:15

0.078Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:1607/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:19

FHP Troop F

LORD,JOSHUA

11/15/2020

867139

FHP Troop F

LORD,JOSHUA,N

RAMIREZ

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:08

0.000Air Blank 06:09

0.077Control Test 06:09

0.000Air Blank 06:10

# 1Subject Sample 06:13 No Sample Provided

0.000Breath Volume 06:13

0.000Air Blank 06:13

0.000Air Blank 06:15

# 2Subject Sample 06:16 Sequence Aborted

0.000Breath Volume 06:16

0.000Air Blank 06:17

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:1907/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:50

17:24

FFWCC (Lakeland)

DALTON,JASON

11/15/2020

867139

FFWCC (Lakeland)

DALTON,JASON,A

CARREIRO

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:36

0.000Air Blank 18:37

0.077Control Test 18:37

0.000Air Blank 18:38

# 1 0.178Subject Sample 18:38

4.167Breath Volume 18:38

0.000Air Blank 18:39

0.000Air Blank 18:41

# 2 0.177Subject Sample 18:41

4.289Breath Volume 18:41

0.000Air Blank 18:42

0.077Control Test 18:42

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:5307/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

18:55

Bradenton PD

VAUGHN,RYAN

11/15/2020

867139

Bradenton PD

VAUGHN,RYAN,

SIMPSON

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.078Control Test 23:56

0.000Air Blank 23:57

# 2 0.056Subject Sample 23:57

2.820Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.058Subject Sample 00:01

1.929Breath Volume 00:01

0.000Air Blank 00:01

0.077Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4907/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

02:43

Bradenton PD

VAUGHN,RYAN

11/15/2020

867139

Bradenton PD

VAUGHN,RYAN,

MUSGRAVE

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.078Control Test 04:15

0.000Air Blank 04:16

# 1Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.078Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:1807/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:04

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

DAY

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.078Control Test 03:59

0.000Air Blank 03:59

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 04:00

0.078Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:2207/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:13

FHP Troop F

LUNDER,MITCH

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

RIOS JR

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.079Control Test 05:06

0.000Air Blank 05:06

# 1Subject Sample 05:06 Subject Test Refused

0.000Breath Volume 05:06

0.000Air Blank 05:07

0.078Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:0507/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:59

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

VALLE CRUZ

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.077Control Test 02:22

0.000Air Blank 02:23

# 1 0.176Subject Sample 02:24

2.035Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:26

# 2 0.174Subject Sample 02:27

1.171Breath Volume 02:27

0.000Air Blank 02:28

0.075Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1207/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:10

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

PORTILLO COLINDRES

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.077Control Test 01:57

0.000Air Blank 01:58

# 1Subject Sample 02:00 Subject Test Refused

0.113Breath Volume 02:00

0.000Air Blank 02:01

0.076Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:1907/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

04:05

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

OROZCO VASQUEZ

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.078Control Test 04:17

0.000Air Blank 04:17

# 1 0.237Subject Sample 04:18

1.246Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.246Subject Sample 04:21

1.898Breath Volume 04:21

0.000Air Blank 04:22

0.078Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0407/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:13

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

GERARDO-MARTINES

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.077Control Test 04:01

0.000Air Blank 04:02

# 1 0.141Subject Sample 04:03

2.855Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.134Subject Sample 04:06

2.437Breath Volume 04:06

0.000Air Blank 04:07

0.076Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:08

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:1407/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:28

Bradenton PD

GWODZ,OFC

11/15/2020

867139

Bradenton PD

GWODZ,OFC,R

PRIESTER

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.078Control Test 03:14

0.000Air Blank 03:14

# 1 0.147Subject Sample 03:15

1.257Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2 0.143Subject Sample 03:18

1.257Breath Volume 03:18

0.000Air Blank 03:19

0.076Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:1207/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:00

Manatee County SO

NOVAK,CHRISTOPHER

11/15/2020

867139

Manatee County SO

NOVAK,CHRISTOPHER,A

ARELLANO

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.078Control Test 22:56

0.000Air Blank 22:56

# 1 0.171Subject Sample 22:57

1.410Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.175Subject Sample 23:00

2.355Breath Volume 23:00

0.000Air Blank 23:01

0.076Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:4507/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

01:26

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

ORELLANA RODRIGUEZ

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

# 1Subject Sample 03:54 Subject Test Refused

0.000Breath Volume 03:54

0.000Air Blank 03:54

0.079Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3907/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

00:52

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

EDIXON

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.076Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:49

0.076Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:4307/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

03:27

FHP Troop F

DAVIS,DONALD

11/15/2020

867139

Bradenton PD

ROSTER,ROBERT,M

HERNANDEZ

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.078Control Test 05:10

0.000Air Blank 05:10

# 1 0.164Subject Sample 05:11

1.828Breath Volume 05:11

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.172Subject Sample 05:14

1.765Breath Volume 05:14

0.000Air Blank 05:14

0.077Control Test 05:15

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:0107/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:00

FHP Troop F

LEDFORD,TAYLOR

11/15/2020

867139

FHP Troop F

LEDFORD,TAYLOR,M

JIRON CASTELLANOS

06/24/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:58

# 1 0.191Subject Sample 02:00

1.269Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.183Subject Sample 02:05

1.480Breath Volume 02:05

0.000Air Blank 02:06

0.077Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:07

Data Download Date/Time: 07/30/2019 17:14

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:1207/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

16:45

Jacksonville SO

MOELLER,R

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

SANDERS

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.080Control Test 20:01

0.000Air Blank 20:01

# 1Subject Sample 20:01 Subject Test Refused

0.000Breath Volume 20:01

0.000Air Blank 20:02

0.079Control Test 20:02

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 07/18/2019 11:21

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1907/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

20:18

Jacksonville SO

FILBERT,E

03/05/2021

00919080A3

Jacksonville Beach

SUTTON,BRADEN,J

EVANS

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

# 1 0.148Subject Sample 23:28

1.226Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.152Subject Sample 23:31

1.667Breath Volume 23:31

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 07/18/2019 11:21

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:1607/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:15

Jacksonville SO

STANLEY,T

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

CUMMINGS

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:47

# 1 0.118Subject Sample 00:48

1.433Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.120Subject Sample 00:52

1.843Breath Volume 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 07/18/2019 11:21

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:3307/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

22:45

Jacksonville SO

JOHNS,B

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

BERNARDO

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:18

# 1Subject Sample 02:19 Subject Test Refused

0.000Breath Volume 02:19

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 07/18/2019 11:21

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0407/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:00

Jacksonville SO

DOUGHFMAN,D

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

WIGGINS

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

# 1 0.210Subject Sample 04:18

3.007Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:20

# 2 0.213Subject Sample 04:21

3.136Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:23

Data Download Date/Time: 07/18/2019 11:21

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:1707/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

03:26

Jacksonville SO

GATES,N

03/05/2021

00919080A3

FHP Troop G

BERRY,SHANON,E

MCGEE

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:15

0.080Control Test 06:16

0.000Air Blank 06:16

# 1Subject Sample 06:16 Subject Test Refused

0.000Breath Volume 06:16

0.000Air Blank 06:17

0.080Control Test 06:17

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 07/18/2019 11:21

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:26:1307/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:58

11:45

Jacksonville SO

LAQUIDARA,A

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

DIXON

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:18

0.000Air Blank 13:19

0.080Control Test 13:19

0.000Air Blank 13:20

# 1 0.000Subject Sample 13:21

1.460Breath Volume 13:21

0.000Air Blank 13:21

0.000Air Blank 13:23

# 2 0.000Subject Sample 13:24

1.519Breath Volume 13:24

0.000Air Blank 13:25

0.081Control Test 13:25

0.000Air Blank 13:26

OKDiagnostics Check 13:26

Data Download Date/Time: 07/18/2019 11:21

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:12:2507/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

13:56

Jacksonville SO

TURPIN,D

03/05/2021

00919080A3

Jacksonville Beach

BOSTON,D,D

CONNOLLY

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:06

0.000Air Blank 16:06

0.080Control Test 16:06

0.000Air Blank 16:07

# 1 0.247Subject Sample 16:07

2.539Breath Volume 16:07

0.000Air Blank 16:08

0.000Air Blank 16:10

# 2 0.237Subject Sample 16:10

2.355Breath Volume 16:10

0.000Air Blank 16:11

0.079Control Test 16:11

0.000Air Blank 16:12

OKDiagnostics Check 16:12

Data Download Date/Time: 07/18/2019 11:22

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:4407/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

02:40

Jacksonville SO

SIMMONS,M

03/05/2021

00919080A3

Jacksonville SO

CARRIER,ASHLEY,R

JONES

06/26/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:27

0.080Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 07/18/2019 11:22

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:4907/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

20:09

Jacksonville SO

WASHINGTON,M

03/05/2021

00919080A3

Atlantic Beach PD

AUGUSTINE,G,

BERRY

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1Subject Sample 22:57 Subject Test Refused

0.000Breath Volume 22:57

0.000Air Blank 22:57

0.080Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3207/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

01:41

Jacksonville SO

JOHNSON,G

03/05/2021

00919080A3

FHP Troop G

AUGUSTINE,G,

HAAS

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

# 1 0.182Subject Sample 03:22

2.257Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.172Subject Sample 03:25

2.289Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:4307/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

20:53

Jacksonville SO

PETERSON,J

03/05/2021

00919080A3

NAS Jacksonville PD

AUGUSTINE,G,

KELLER

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1 0.104Subject Sample 22:28

4.125Breath Volume 22:28

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.109Subject Sample 22:32

4.148Breath Volume 22:32

0.000Air Blank 22:32

0.080Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:2507/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

00:48

Jacksonville SO

JOHNSON,G

03/05/2021

00919080A3

FHP Troop G

CARRIER,ASHLEY,R

LEONARD

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.080Control Test 02:25

Air Blank 02:26 RFI Detect

Air Blank 02:26 RFI Detect

Data Download Date/Time: 07/30/2019 11:26

08 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4407/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

00:48

Jacksonville SO

JOHNSON,G

03/05/2021

00919080A3

Jacksonville SO

CARRIER,ASHLEY,R

LEONARD

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:29

# 1 0.144Subject Sample 02:31

1.300Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.154Subject Sample 02:35

1.250Breath Volume 02:35

0.000Air Blank 02:35

0.080Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:2307/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

23:31

Jacksonville SO

FILBERT,E

03/05/2021

00919080A3

Jacksonville Beach

SUTTON,BRADEN,J

TYSON

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.080Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:0607/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

21:10

Jacksonville SO

DOUGHFMAN,D

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

PARTRIDGE

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.080Control Test 21:27

0.000Air Blank 21:28

# 1Subject Sample 21:28 Subject Test Refused

0.000Breath Volume 21:28

0.000Air Blank 21:29

0.080Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:2207/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

22:58

Jacksonville SO

GRIFFIN,C

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

MANUCY

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.079Control Test 00:04

0.000Air Blank 00:05

# 1 0.154Subject Sample 00:05

2.000Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.157Subject Sample 00:08

1.781Breath Volume 00:08

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:1107/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:00

Jacksonville SO

DOUGHFMAN,D

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

RUSEV

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.080Control Test 01:22

0.000Air Blank 01:22

# 1 0.090Subject Sample 01:23

1.273Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.101Subject Sample 01:26

1.890Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:3107/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:20

Jacksonville SO

CHAVEZ,J

03/05/2021

00919080A3

Jacksonville SO

CARRIER,ASHLEY,R

CALHOUN

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.080Control Test 23:45

0.000Air Blank 23:45

# 1 0.165Subject Sample 23:46

1.343Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2 0.163Subject Sample 23:49

1.425Breath Volume 23:49

0.000Air Blank 23:50

0.079Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:0607/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

01:26

Jacksonville SO

JARMAN,S

03/05/2021

00919080A3

Jacksonville Beach

CARRIER,ASHLEY,R

KEHRT

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4507/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

00:15

Jacksonville SO

CHAVEZ,J

03/05/2021

00919080A3

Jacksonville SO

CARRIER,ASHLEY,R

LEE

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

# 1Subject Sample 02:17 Subject Test Refused

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 07/30/2019 11:26

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:3107/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:20

Jacksonville SO

CHAVEZ,J

03/05/2021

00919080A3

Jacksonville SO

CARRIER,ASHLEY,R

MCCOY

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.081Control Test 22:43

0.000Air Blank 22:43

# 1 0.125Subject Sample 22:44

2.222Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.124Subject Sample 22:47

2.187Breath Volume 22:47

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 07/30/2019 11:27

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5907/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

01:07

Jacksonville SO

SOSA,C

03/05/2021

00919080A3

Jacksonville SO

CARRIER,ASHLEY,R

MORALES

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

# 1 0.271Subject Sample 04:12

2.324Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.263Subject Sample 04:15

2.261Breath Volume 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 07/30/2019 11:27

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:3107/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:24

04:30

Jacksonville SO

BURGOS,J

03/05/2021

00919080A3

Jacksonville SO

CARRIER,ASHLEY,R

MORRIS

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:44

0.000Air Blank 06:45

0.080Control Test 06:45

0.000Air Blank 06:45

# 1Subject Sample 06:46 Subject Test Refused

0.000Breath Volume 06:46

0.000Air Blank 06:46

0.080Control Test 06:46

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 07/30/2019 11:27

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2407/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:20

Jacksonville SO

CHAVEZ,J

03/05/2021

00919080A3

Jacksonville SO

AUGUSTINE,G,

BROWN

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

# 1 0.065Subject Sample 01:49

1.937Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.065Subject Sample 01:51

1.695Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 07/30/2019 11:27

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:2607/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

20:55

Jacksonville SO

CHAVEZ,J

03/05/2021

00919080A3

Jacksonville SO

AUGUSTINE,G,

FALLON

07/18/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

# 1 0.225Subject Sample 22:17

3.570Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.222Subject Sample 22:20

3.210Breath Volume 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 07/30/2019 11:27

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:0507/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

19:10

Jacksonville SO

RODRIGUEZ,M

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

GARRETT

07/30/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:44

0.000Air Blank 21:44

0.080Control Test 21:44

0.000Air Blank 21:45

# 1Subject Sample 21:45 Subject Test Refused

0.000Breath Volume 21:45

0.000Air Blank 21:46

0.080Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 08/14/2019 11:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:51:0107/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:43

Port St. Lucie PD

WILLIAMS,MICHAEL

04/05/2021

03519080A4

Port St. Lucie PD

WILLIAMS,MICHAEL,C

WALKER

06/29/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:45

0.000Air Blank 13:45

0.076Control Test 13:45

0.000Air Blank 13:46

# 1 0.283Subject Sample 13:46

1.972Breath Volume 13:46

0.000Air Blank 13:47

0.000Air Blank 13:49

# 2 0.278Subject Sample 13:49

1.468Breath Volume 13:49

0.000Air Blank 13:50

0.074Control Test 13:50 Control Outside Tolerance

0.000Air Blank 13:51

Data Download Date/Time: 07/31/2019 18:58

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:5807/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:42

16:42

Port St. Lucie PD

GASBAR,BENJAMIN

04/05/2021

03519080A4

Port St. Lucie PD

BYRNE,JAMIE,J

WALLACE

06/29/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:53

0.000Air Blank 17:54

0.077Control Test 17:54

0.000Air Blank 17:55

# 1 0.200Subject Sample 17:55

2.417Breath Volume 17:55

0.000Air Blank 17:56

0.000Air Blank 17:58

# 2 0.197Subject Sample 17:58

2.164Breath Volume 17:58

0.000Air Blank 17:59

0.074Control Test 17:59 Control Outside Tolerance

0.000Air Blank 17:59

Data Download Date/Time: 07/31/2019 18:58

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3207/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:44

Port St. Lucie PD

LEEFLANG,DANIEL

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

ALVAREZ

06/29/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.078Control Test 02:10

0.000Air Blank 02:10

# 1 0.150Subject Sample 02:11

3.222Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.147Subject Sample 02:14

2.722Breath Volume 02:14

0.000Air Blank 02:14

0.075Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 07/31/2019 18:58

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:46:4707/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

15:14

Port St. Lucie PD

TREVISOL,JOSEPH

04/05/2021

03519080A4

Port St. Lucie PD

TREVISOL,JOSEPH,D

DE PALMA

06/29/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:40

0.000Air Blank 15:41

0.079Control Test 15:41

0.000Air Blank 15:42

# 1 0.000Subject Sample 15:42

4.406Breath Volume 15:42

0.000Air Blank 15:43

0.000Air Blank 15:45

# 2 0.000Subject Sample 15:45

1.441Breath Volume 15:45

0.000Air Blank 15:45

0.078Control Test 15:46

0.000Air Blank 15:46

OKDiagnostics Check 15:46

Data Download Date/Time: 07/31/2019 18:58

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:2607/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:15

Port St. Lucie PD

OJEDA,NELSON

04/05/2021

03519080A4

Port St. Lucie PD

OJEDA,NELSON,J

MCGEADY

06/29/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

# 1 0.147Subject Sample 01:40

1.937Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2Subject Sample 01:42 Slope Not Met

1.773Breath Volume 01:42

0.000Air Blank 01:43

0.076Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 07/31/2019 18:58

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:0907/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:15

Port St. Lucie PD

OJEDA,NELSON

04/05/2021

03519080A4

Port St. Lucie PD

OJEDA,NELSON,J

MCGEADY

06/29/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.077Control Test 01:47

0.000Air Blank 01:48

# 1 0.144Subject Sample 01:48

3.000Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.130Subject Sample 01:51

2.453Breath Volume 01:51

0.000Air Blank 01:52

0.077Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 07/31/2019 18:58

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-002463CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:3407/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:32

Hialeah PD

CANO,ADRIEL

02/21/2020

712031

Hialeah PD

CANO,ADRIEL,

ROSALES

06/26/2019

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.077Control Test 21:21

0.000Air Blank 21:22

# 1 0.204Subject Sample 21:22

1.109Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.185Subject Sample 21:28 Volume Not Met

0.914Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:30

# 3Subject Sample 21:33 Subject Test Refused

0.097Breath Volume 21:33

0.000Air Blank 21:34

0.072Control Test 21:34 Control Outside Tolerance

Air Blank 21:34 RFI Detect

Data Download Date/Time: 07/25/2019 10:06

08 January 2020

COBRA ©1997-2014 CMI, Inc.



80-002463CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4707/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:03

Hialeah PD

HERNANDEZ,REINY

02/21/2020

712031

Hialeah PD

CANO,ADRIEL,

TAMAYO

07/25/2019

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.077Control Test 00:55

0.000Air Blank 00:56

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:56

0.077Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 08/28/2019 11:29

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-002463CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:3607/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:40

Hialeah PD

GARCIA,DANIEL

02/21/2020

712031

Hialeah PD

ARROJAS,GABRIEL,L

BIQUELE

07/25/2019

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.077Control Test 23:19

0.000Air Blank 23:19

# 1Subject Sample 23:20 Subject Test Refused

0.000Breath Volume 23:20

0.000Air Blank 23:20

0.077Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 08/28/2019 11:29

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-002463CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5707/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:03

Hialeah PD

MONTALVO,BRANDON

02/21/2020

712031

Hialeah PD

ARROJAS,GABRIEL,L

GUTIERREZ

07/25/2019

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.077Control Test 03:15

0.000Air Blank 03:16

# 1Subject Sample 03:16 Subject Test Refused

0.000Breath Volume 03:16

0.000Air Blank 03:17

0.076Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 08/28/2019 11:29

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:2207/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:42

Tallahassee PD

ROY,GARY

02/05/2021

32518080A1

Tallahassee PD

ROY,GARY,

CARTER

06/13/2019

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:01

# 1 0.131Subject Sample 00:01

2.550Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.134Subject Sample 00:04

2.523Breath Volume 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 07/22/2019 14:36

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4507/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:42

Tallahassee PD

ROY,GARY

02/05/2021

32518080A1

Tallahassee PD

ROY,GARY,

DENNIS JR

06/13/2019

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.078Control Test 02:06

0.000Air Blank 02:06

# 1 0.156Subject Sample 02:07

2.085Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.155Subject Sample 02:10

2.835Breath Volume 02:10

0.000Air Blank 02:10

0.077Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 07/22/2019 14:36

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:4507/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:47

Tallahassee PD

ROY,GARY

02/05/2021

32518080A1

Tallahassee PD

ROY,GARY,

BURTON

07/22/2019

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.079Control Test 01:01

0.000Air Blank 01:01

# 1 0.069Subject Sample 01:02

2.367Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:04

# 2 0.065Subject Sample 01:05

1.851Breath Volume 01:05

0.000Air Blank 01:05

0.078Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 08/22/2019 14:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003195CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:01:5607/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

15:16

15:16

FFWCC (Ocala)

MARROQUIN,RICHARD

06/16/2020

AG816701

FFWCC (Ocala)

MARROQUIN,RICHARD,J

BRADY

06/24/2019

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:55

0.000Air Blank 15:56

0.078Control Test 15:56

0.000Air Blank 15:57

# 1 0.129Subject Sample 15:57

3.667Breath Volume 15:57

0.000Air Blank 15:58

0.000Air Blank 15:59

# 2 0.131Subject Sample 16:00

3.746Breath Volume 16:00

0.000Air Blank 16:01

0.079Control Test 16:01

0.000Air Blank 16:01

OKDiagnostics Check 16:01

Data Download Date/Time: 08/01/2019 08:20

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:2707/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:38

18:38

FFWCC (Panama City)

CLARK,JOHN

06/29/2019

477627

FFWCC (Panama City)

CLARK,JOHN,D

AANESTAD

06/13/2019

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:18

0.080Control Test 19:18

0.000Air Blank 19:19

# 1 0.133Subject Sample 19:20

2.199Breath Volume 19:20

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.122Subject Sample 19:23

2.113Breath Volume 19:23

0.000Air Blank 19:23

0.080Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 07/17/2019 14:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:4507/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:00

21:00

FFWCC (Panama City)

LONG,SEAN

06/29/2019

477627

FFWCC (Panama City)

CLARK,JOHN,D

SHANAHAN

06/13/2019

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1Subject Sample 21:50 Subject Test Refused

0.000Breath Volume 21:50

0.000Air Blank 21:50

0.080Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 07/17/2019 14:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:2707/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:00

19:00

FFWCC (Panama City)

LAND,MATTHEW

12/11/2021

1060911

FFWCC (Panama City)

LAND,MATTHEW,A

ALLEN

06/13/2019

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.081Control Test 20:23

0.000Air Blank 20:24

# 1Subject Sample 20:27 No Sample Provided

0.000Breath Volume 20:27

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2Subject Sample 20:30 Subject Test Refused

0.000Breath Volume 20:30

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 07/17/2019 14:25

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003197CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:4307/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:23

16:23

FFWCC (Panama City)

LONG,SEAN

06/29/2019

477627

FFWCC (Panama City)

CLARK,JOHN,D

ARMSTRONG

07/17/2019

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:15

0.000Air Blank 17:16

0.081Control Test 17:16

0.000Air Blank 17:16

# 1 0.108Subject Sample 17:17

2.929Breath Volume 17:17

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.103Subject Sample 17:20

1.457Breath Volume 17:20

0.000Air Blank 17:20

0.081Control Test 17:21

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 08/22/2019 13:50

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:0907/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

04:33

Pasco County SO

FERRO,TYLER

08/05/2019

17817080A2

Pasco County SO

SCHUCK,SCOTT,M

BUCK

07/12/2019

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:04

0.000Air Blank 06:05

0.079Control Test 06:05

0.000Air Blank 06:05

# 1 0.232Subject Sample 06:06

1.800Breath Volume 06:06

0.000Air Blank 06:07

0.000Air Blank 06:09

# 2 0.247Subject Sample 06:09

2.695Breath Volume 06:09

0.000Air Blank 06:10

0.079Control Test 06:10

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 08/22/2019 18:51

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:31:1007/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

13:54

Pasco County SO

LAWLESS,JUSTIN

08/05/2019

17817080A2

Pasco County SO

FENSTEMACHER,DANIEL,K

IBANEZ

07/12/2019

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:24

0.000Air Blank 14:25

0.080Control Test 14:25

0.000Air Blank 14:25

# 1 0.144Subject Sample 14:26

1.910Breath Volume 14:26

0.000Air Blank 14:27

0.000Air Blank 14:29

# 2 0.161Subject Sample 14:29

3.273Breath Volume 14:29

0.000Air Blank 14:30

0.080Control Test 14:30

0.000Air Blank 14:31

OKDiagnostics Check 14:31

Data Download Date/Time: 08/22/2019 18:51

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:47:0107/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:57

Pasco County SO

IRWIN,J

08/05/2019

17817080A2

Pasco County SO

DAUGHERTY,D,M

HALSEY

07/12/2019

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.080Control Test 18:41

0.000Air Blank 18:42

# 1 0.179Subject Sample 18:42

3.058Breath Volume 18:42

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.181Subject Sample 18:45

2.359Breath Volume 18:45

0.000Air Blank 18:46

0.080Control Test 18:46

0.000Air Blank 18:46

OKDiagnostics Check 18:47

Data Download Date/Time: 08/22/2019 18:51

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3407/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:41

Hillsborough Co SO

RODRIGUEZ,D

12/05/2020

28818080A1

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

IZAGUIRRE JIMENEZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

# 1 0.190Subject Sample 03:28

2.214Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.179Subject Sample 03:32

1.324Breath Volume 03:32

0.000Air Blank 03:32

0.076Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:1907/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:57

Hillsborough Co SO

DE JESUS,V

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

MELCHOR RIOS

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.078Control Test 23:51

0.000Air Blank 23:51

# 1 0.000Subject Sample 23:53

2.683Breath Volume 23:53

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.000Subject Sample 23:55

2.296Breath Volume 23:55

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1507/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:01

Hillsborough Co SO

COSTA,A

12/05/2020

28818080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

WILLUMS JR

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.078Control Test 01:56

0.000Air Blank 01:57

# 1 0.000Subject Sample 01:57

2.996Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.000Subject Sample 02:00

2.699Breath Volume 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:4807/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:10

Hillsborough Co SO

BLANCHARD,J

12/05/2020

28818080A1

Tampa PD

MONTGOMERY,ALECIA,L

GONZALEZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.078Control Test 03:53

0.000Air Blank 03:54

# 1 0.171Subject Sample 03:55

2.750Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.171Subject Sample 03:58

2.593Breath Volume 03:58

0.000Air Blank 03:58

0.078Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:3907/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

20:46

Hillsborough Co SO

DRISCOLL,B

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

HERRERA-RUZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.078Control Test 22:42

0.000Air Blank 22:42

# 1 0.156Subject Sample 22:43

1.359Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.152Subject Sample 22:46

1.988Breath Volume 22:46

0.000Air Blank 22:46

0.078Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4807/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:22

Hillsborough Co SO

DRISCOLL,B

12/05/2020

28818080A1

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

BROWN JR

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.196Subject Sample 01:22

3.222Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.200Subject Sample 01:25

3.640Breath Volume 01:25

0.000Air Blank 01:25

0.078Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:5907/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

04:17

Hillsborough Co SO

RODRIGUEZ,D

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

GENUS-CHRISTIAN

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:27

0.079Control Test 05:27

0.000Air Blank 05:27

# 1 0.102Subject Sample 05:28

1.335Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.100Subject Sample 05:31

2.195Breath Volume 05:31

0.000Air Blank 05:32

0.078Control Test 05:32

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:22:4407/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

15:52

14:52

Hillsborough Co SO

PASS,J

12/05/2020

28818080A1

Hillsborough Co SO

BELL,TIMOTHY,R

RIVERA

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:16

0.000Air Blank 16:16

0.078Control Test 16:17

0.000Air Blank 16:17

# 1 0.176Subject Sample 16:18

1.976Breath Volume 16:18

0.000Air Blank 16:18

0.000Air Blank 16:20

# 2 0.181Subject Sample 16:21

1.933Breath Volume 16:21

0.000Air Blank 16:21

0.078Control Test 16:22

0.000Air Blank 16:22

OKDiagnostics Check 16:22

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3107/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:48

Hillsborough Co SO

FERGUSON,D

12/05/2020

28818080A1

Hillsborough Co SO

MCMINN,KATHY,

VIRGILIO

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.078Control Test 03:21

0.000Air Blank 03:21

# 1 0.147Subject Sample 03:22

1.175Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.124Subject Sample 03:27 Slope Not Level

1.519Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 3 0.145Subject Sample 03:31

3.648Breath Volume 03:31

0.000Air Blank 03:31

0.076Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:5807/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

19:38

Hillsborough Co SO

BURKE,B

12/05/2020

28818080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

VISCONTI

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:31

# 1 0.032Subject Sample 20:31

2.343Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 2 0.032Subject Sample 20:34

1.445Breath Volume 20:34

0.000Air Blank 20:35

0.079Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:3607/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:28

Hillsborough Co SO

BRIZENDINE,J

12/05/2020

28818080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

NIEVES

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:52

# 1 0.028Subject Sample 23:54

2.878Breath Volume 23:54

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.026Subject Sample 23:57

3.121Breath Volume 23:57

0.000Air Blank 23:57

0.078Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2407/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:07

Hillsborough Co SO

BAILEY,D

12/05/2020

28818080A1

Tampa PD

HOLLAND,CHARLEENE,N

STANZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.078Control Test 03:44

0.000Air Blank 03:45

# 1 0.206Subject Sample 03:46

3.140Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.207Subject Sample 03:49

2.152Breath Volume 03:49

0.000Air Blank 03:50

0.077Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:2807/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:38

Hillsborough Co SO

BRABAND,M

12/05/2020

28818080A1

Tampa PD

DAIL,JULIE,A

ARROYO

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:31

0.000Air Blank 05:31

0.078Control Test 05:32

0.000Air Blank 05:32

# 1 0.114Subject Sample 05:33

1.773Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.118Subject Sample 05:35

1.769Breath Volume 05:35

0.000Air Blank 05:36

0.079Control Test 05:36

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:5807/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:04

Hillsborough Co SO

MALAVE,J

12/05/2020

28818080A1

Temple Terrace PD

DISMORE,NANCY,J

FORERO

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

# 1 0.166Subject Sample 03:57

1.468Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.160Subject Sample 04:00

1.273Breath Volume 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 07/10/2019 09:35

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:5407/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:09

Hillsborough Co SO

WASHINGTON,D

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

PEREZ-SANCHEZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:17

0.000Air Blank 01:17

# 1 0.122Subject Sample 01:18

1.261Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.122Subject Sample 01:21

2.214Breath Volume 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:2707/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:07

Hillsborough Co SO

LYON,M

01/05/2020

31517080A1

Tampa PD

PEQUIGNOT,KYLIE,C

ALVAREZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:55

# 1 0.151Subject Sample 01:55

1.144Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.150Subject Sample 01:58

1.726Breath Volume 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1407/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:05

Hillsborough Co SO

PALFY,R

01/05/2020

31517080A1

FHP Troop C

MCMINN,KATHY,

SHEARD

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:53

# 1 0.218Subject Sample 02:55

1.429Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.203Subject Sample 02:58

1.597Breath Volume 02:58

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:4007/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:18

Hillsborough Co SO

WOLSTENHOLM,A

01/05/2020

31517080A1

FHP Troop C

TORRES,JENIFER,

O'KEY

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:25

# 1 0.173Subject Sample 19:25

3.425Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.172Subject Sample 19:29

3.023Breath Volume 19:29

0.000Air Blank 19:29

0.080Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:2707/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:47

Hillsborough Co SO

BAILEY,D

01/05/2020

31517080A1

Tampa PD

MCMINN,KATHY,

PADILLA

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.081Control Test 02:40

0.000Air Blank 02:40

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:5107/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:35

Hillsborough Co SO

WOLSTENHOLM,A

01/05/2020

31517080A1

FHP Troop C

BARNES AVERY,D,C

MCCULLOCH

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:32

# 1 0.206Subject Sample 04:32

2.843Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.208Subject Sample 04:35

2.550Breath Volume 04:35

0.000Air Blank 04:35

0.080Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:5507/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:44

Hillsborough Co SO

BLANDARD,J

01/05/2020

31517080A1

Tampa PD

MONTGOMERY,ALECIA,L

COTMAN

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.080Control Test 22:38

0.000Air Blank 22:38

# 1Subject Sample 22:39 Subject Test Refused

0.000Breath Volume 22:39

0.000Air Blank 22:40

0.080Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:1007/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:35

Hillsborough Co SO

GONZALEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

SHAW

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

# 1 0.102Subject Sample 01:31

2.789Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.103Subject Sample 01:34

2.203Breath Volume 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:5907/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:18

Hillsborough Co SO

DRISCOLL,B

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

WALTERS

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.081Control Test 21:30

0.000Air Blank 21:31

# 1 0.210Subject Sample 21:32

2.320Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:34

# 2 0.204Subject Sample 21:35

2.011Breath Volume 21:35

0.000Air Blank 21:36

0.084Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:5107/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

00:05

Hillsborough Co SO

HANSEN,T

01/05/2020

31517080A1

FHP Troop C

DISMORE,NANCY,J

MACLIN

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1 0.085Subject Sample 02:14

3.734Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.093Subject Sample 02:17

3.832Breath Volume 02:17

0.000Air Blank 02:17

0.081Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1407/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:10

Hillsborough Co SO

DRISCOLL,B

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

GIBSON

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

# 1 0.032Subject Sample 03:12

2.281Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.032Subject Sample 03:15

2.214Breath Volume 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:3407/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

17:00

16:10

Hillsborough Co SO

LETO,V

01/05/2020

31517080A1

Tampa PD

SNYDER,MELONIE,E

BIAS JR

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:21

0.000Air Blank 17:21

0.080Control Test 17:21

0.000Air Blank 17:22

# 1 0.172Subject Sample 17:23

3.234Breath Volume 17:23

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2 0.170Subject Sample 17:26

2.312Breath Volume 17:26

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:4207/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:42

Hillsborough Co SO

ARCHAMBEAU,M

01/05/2020

31517080A1

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

BAKER

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.080Control Test 23:27

0.000Air Blank 23:27

# 1 0.179Subject Sample 23:28

1.593Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.199Subject Sample 23:31

2.386Breath Volume 23:31

0.000Air Blank 23:31

0.080Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1307/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:41

Hillsborough Co SO

HALL,L

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

ENGLISH

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.080Control Test 03:23

0.000Air Blank 03:23

# 1 0.126Subject Sample 03:24

4.210Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.132Subject Sample 03:27

4.402Breath Volume 03:27

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:0707/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

18:40

Hillsborough Co SO

LUGO,J

01/05/2020

31517080A1

FHP Troop C

TORRES,JENIFER,

SALINAS AVILA

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.080Control Test 20:03

0.000Air Blank 20:04

# 1 0.163Subject Sample 20:05

2.589Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.164Subject Sample 20:08

2.406Breath Volume 20:08

0.000Air Blank 20:09

0.078Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:03:0907/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

06:59

Hillsborough Co SO

NASH,E

01/05/2020

31517080A1

Hillsborough Co SO

SIMMONS,ANGELA,V

WHITE

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:56

0.000Air Blank 07:56

0.080Control Test 07:56

0.000Air Blank 07:57

# 1 0.205Subject Sample 07:57

1.871Breath Volume 07:57

0.000Air Blank 07:58

0.000Air Blank 08:00

# 2 0.217Subject Sample 08:01

2.691Breath Volume 08:01

0.000Air Blank 08:02

0.079Control Test 08:02

0.000Air Blank 08:03

OKDiagnostics Check 08:03

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:1607/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:55

Hillsborough Co SO

DEJESUS,V

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HERNANDEZ RAMIREZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.080Control Test 21:00

0.000Air Blank 21:01

# 1 0.232Subject Sample 21:02

1.855Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2Subject Sample 21:05 RFI Detect

0.945Breath Volume 21:05

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:5607/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

19:55

Hillsborough Co SO

DEJESUS,V

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HERNANDER RAMIREZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.080Control Test 21:10

0.000Air Blank 21:10

# 1 0.228Subject Sample 21:11

2.644Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:13

# 2 0.218Subject Sample 21:14

1.804Breath Volume 21:14

0.000Air Blank 21:15

0.080Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 07/10/2019 13:43

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2607/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

21:46

Hillsborough Co SO

ROSALES,F

01/05/2020

31517080A1

Plant City PD

HOLLAND,CHARLEENE,N

HAWKINS

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

# 1 0.000Subject Sample 23:45

1.453Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.000Subject Sample 23:48

1.367Breath Volume 23:48

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 07/10/2019 13:44

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:5907/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:07

Hillsborough Co SO

DEJESUS,V

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

LOPEZ

06/05/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

# 1 0.000Subject Sample 01:47

1.101Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.000Subject Sample 01:50

3.136Breath Volume 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 07/10/2019 13:44

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:4507/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:31

17:53

Wakulla County SO

MIMS,CHARLES

03/05/2021

00919080A2

FFWCC (Panama City)

SESSOR,JAMES,M

UNDERWOOD

06/03/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:58

0.000Air Blank 18:59

0.080Control Test 18:59

0.000Air Blank 18:59

# 1 0.055Subject Sample 19:00

1.863Breath Volume 19:00

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.053Subject Sample 19:03

2.046Breath Volume 19:03

0.000Air Blank 19:03

0.078Control Test 19:04

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 07/11/2019 10:29

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5207/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:03

FHP Troop H

PIENTA,DAVID

03/05/2021

00919080A2

Wakulla County SO

ALLEN,NATHAN,R

AGUILAR

06/03/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

# 1 0.134Subject Sample 02:13

2.031Breath Volume 02:13

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.125Subject Sample 02:16

1.562Breath Volume 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 07/11/2019 10:29

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4207/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

02:00

Wakulla County SO

MITCHELL,VICKI

03/05/2021

00919080A2

Wakulla County SO

MITCHELL,VICKI,N

ESPY

07/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

02:39 RFI Detect

Air Blank 02:39 RFI Detect

Data Download Date/Time: 08/15/2019 09:58

08 January 2020

COBRA ©1997-2014 CMI, Inc.



80-003406CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3307/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

02:00

Wakulla County SO

MITCHELL,V

03/05/2021

00919080A2

Wakulla County SO

MITCHELL,VICKI,N

ESPY

07/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:42

0.000Air Blank 02:42

# 1 0.159Subject Sample 02:43

2.890Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.144Subject Sample 02:46

1.648Breath Volume 02:46

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 08/15/2019 09:58

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:1507/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:42

FHP Troop D

CANO,BRANDON

12/30/2019

666491

FHP Troop D

ESTELUS,JUNIOR,

JONES

07/01/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:20

# 1 0.129Subject Sample 00:20

2.718Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.123Subject Sample 00:23

2.585Breath Volume 00:23

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 08/27/2019 18:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003410CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:1707/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

20:00

FHP Troop D

TAYLOR,IZOFF

12/30/2019

666491

FHP Troop D

ESTELUS,JUNIOR,

CLAY

07/01/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:02

# 1 0.200Subject Sample 21:02

5.425Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.195Subject Sample 21:05

5.859Breath Volume 21:05

0.000Air Blank 21:06

0.081Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 08/27/2019 18:56

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0007/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:01

FHP Troop A

JARRETT,RASHAHN

12/11/2021

1060911

FHP Troop A

JARRETT,RASHAHN,C

COY

06/25/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.080Control Test 00:46

0.000Air Blank 00:46

# 1 0.227Subject Sample 00:47

2.019Breath Volume 00:47

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.229Subject Sample 00:50

1.460Breath Volume 00:50

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:52

Data Download Date/Time: 07/26/2019 02:03

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:5107/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

20:15

FHP Troop A

ACKER,AARON

12/11/2021

1060911

FHP Troop A

KNOWLES,CONSTANCE,J

SELMAN

07/26/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.080Control Test 20:37

0.000Air Blank 20:37

# 1 0.179Subject Sample 20:38

2.273Breath Volume 20:38

0.000Air Blank 20:38

0.000Air Blank 20:40

# 2 0.164Subject Sample 20:41

1.867Breath Volume 20:41

0.000Air Blank 20:41

0.081Control Test 20:42

0.000Air Blank 20:42

OKDiagnostics Check 20:42

Data Download Date/Time: 08/25/2019 13:55

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:3507/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:35

Osceola County SO

PYE,CHRISTOPHER

12/05/2019

646645

Osceola County SO

PYE,CHRISTOPHER],T

RAMOS VILORIO

07/01/2019

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.076Control Test 05:03

0.000Air Blank 05:04

# 1 0.054Subject Sample 05:07 Volume Not Met

0.285Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:09

# 2 0.061Subject Sample 05:10

1.601Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 3 0.065Subject Sample 05:14

1.421Breath Volume 05:14

0.000Air Blank 05:14

0.076Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 08/02/2019 22:02

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:0907/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

04:38

Osceola County SO

SAYERS,MICHELLE

12/05/2019

646645

Osceola County SO

SAYERS,MICHELLE,H

ROSADO-RAMIREZ

07/01/2019

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.077Control Test 04:47

0.000Air Blank 04:47

# 1 0.134Subject Sample 04:48

1.667Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.123Subject Sample 04:51

1.296Breath Volume 04:51

0.000Air Blank 04:52

0.077Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 08/02/2019 22:02

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:06:4607/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

05:11

Osceola County SO

PYE,CHRISTOPHER

12/05/2019

646645

Osceola County SO

PYE,CHRISTOPHER,T

CEDANO

07/01/2019

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.077Control Test 06:00

0.000Air Blank 06:01

# 1 0.136Subject Sample 06:02

1.933Breath Volume 06:02

0.000Air Blank 06:03

0.000Air Blank 06:04

# 2 0.132Subject Sample 06:05

1.441Breath Volume 06:05

0.000Air Blank 06:05

0.076Control Test 06:06

0.000Air Blank 06:06

OKDiagnostics Check 06:06

Data Download Date/Time: 08/02/2019 22:02

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:3007/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

21:12

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

DOWNING

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.079Control Test 22:00

0.000Air Blank 22:00

# 1 0.000Subject Sample 22:01

3.093Breath Volume 22:01

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.000Subject Sample 22:04

3.742Breath Volume 22:04

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 08/19/2019 12:38

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:1407/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:42

Lakeland PD

MOSS,JUSTIN

08/05/2019

17817080A3

Lakeland PD

MOSS,JUSTIN,M

WAGNER

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

# 1 0.000Subject Sample 01:43

1.445Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.000Subject Sample 01:46

2.175Breath Volume 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 08/19/2019 12:38

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:19:3707/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:16

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

SULLIVAN

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:13

0.000Air Blank 18:13

0.080Control Test 18:14

0.000Air Blank 18:14

# 1 0.000Subject Sample 18:15

2.183Breath Volume 18:15

0.000Air Blank 18:15

0.000Air Blank 18:17

# 2 0.000Subject Sample 18:18

2.300Breath Volume 18:18

0.000Air Blank 18:18

0.080Control Test 18:19

0.000Air Blank 18:19

OKDiagnostics Check 18:19

Data Download Date/Time: 08/19/2019 12:38

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2407/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:17

Crestview PD

BAIER,BEAU

01/05/2020

31517080A1

Crestview PD

BURGESS,JOSHUA,L

COPELAND

07/01/2019

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.080Control Test 01:50

0.000Air Blank 01:50

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/09/2019 10:10

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:3207/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:15

Crestview PD

SPRAGUE,JONATHON

01/05/2020

31517080A1

Crestview PD

SPRAGUE,JONATHON,D

ROCKEFELLER

07/01/2019

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.080Control Test 01:53

0.000Air Blank 01:53

# 1 0.148Subject Sample 01:55

2.191Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.139Subject Sample 01:57

1.675Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 09/09/2019 10:10

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:5707/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:55

Crestview PD

SPRAGUE,JOHN

01/05/2020

31517080A1

Crestview PD

BURGESS,JOSHUA,L

KIGER

07/01/2019

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:50

0.000Air Blank 19:50

0.079Control Test 19:50

0.000Air Blank 19:51

# 1Subject Sample 19:51 Subject Test Refused

0.000Breath Volume 19:51

0.000Air Blank 19:52

0.080Control Test 19:52

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 09/09/2019 10:10

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:29:4807/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:46

Crestview PD

RICHMOND,BRENDAN

01/05/2020

31517080A1

Crestview PD

RICHMOND,BRENDAN,B

RUSK

07/01/2019

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:22

0.000Air Blank 15:22

0.078Control Test 15:22

0.000Air Blank 15:23

# 1 0.244Subject Sample 15:25

2.957Breath Volume 15:25

0.000Air Blank 15:25

0.000Air Blank 15:27

# 2 0.241Subject Sample 15:28

2.855Breath Volume 15:28

0.000Air Blank 15:28

0.077Control Test 15:29

0.000Air Blank 15:29

OKDiagnostics Check 15:29

Data Download Date/Time: 09/09/2019 10:10

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:0707/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:27

Crestview PD

SPRAGUE,JONATHON

01/05/2020

31517080A1

Crestview PD

SPRAGUE,JONATHON,D

CHANEY

07/01/2019

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

# 1 0.151Subject Sample 02:10

2.832Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.145Subject Sample 02:13

2.417Breath Volume 02:13

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 09/09/2019 10:10

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:1107/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:58

Crestview PD

HARDAWAY,BRANDON

01/05/2020

31517080A1

Crestview PD

HARDAWAY,BRANDON,R

BAKER

07/01/2019

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.080Control Test 21:38

0.000Air Blank 21:39

# 1 0.008Subject Sample 21:40

2.160Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.000Subject Sample 21:42

1.132Breath Volume 21:42

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 09/09/2019 10:10

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:4307/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

23:00

Sarasota County SO

FOWLER,T

09/05/2019

19817080A2

Sarasota County SO

FOWLER,T,J

SKILLEN

06/26/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.076Control Test 23:19

0.000Air Blank 23:19

# 1 0.293Subject Sample 23:20

2.242Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.287Subject Sample 23:23

1.230Breath Volume 23:23

0.000Air Blank 23:23

0.076Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 07/30/2019 08:55

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1707/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

02:13

Pinellas County SO

RICOTTILLI,JOSHUA

10/10/2019

AG728303

Pinellas County SO

KASELAK,STEPHEN,G

ALTON

06/01/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.078Control Test 02:19

0.000Air Blank 02:19

# 1Subject Sample 02:19 Subject Test Refused

0.000Breath Volume 02:19

0.000Air Blank 02:20

0.077Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 07/10/2019 22:52

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:5307/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:36

Pinellas County SO

SMITH,WILLIAM

10/10/2019

AG728303

FHP Troop C

KASELAK,STEPHEN,G

DOWNS

06/01/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.078Control Test 23:01

0.000Air Blank 23:02

# 1 0.000Subject Sample 23:02

2.832Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.000Subject Sample 23:05

1.382Breath Volume 23:05

0.000Air Blank 23:05

0.078Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 07/10/2019 22:52

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4207/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:24

Pinellas County SO

MULLINS,JOHN

10/10/2019

AG728303

Pinellas County SO

KASELAK,STEPHEN,G

SKELTON

06/01/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.078Control Test 00:42

0.000Air Blank 00:43

# 1Subject Sample 00:43 Subject Test Refused

0.000Breath Volume 00:43

0.000Air Blank 00:43

0.077Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 07/10/2019 22:52

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:0007/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

01:05

Pinellas County SO

SILVERSTEIN,CHRISTINA

10/10/2019

AG728303

Largo PD

KASELAK,STEPHEN,G

WHITE

06/01/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.078Control Test 01:24

0.000Air Blank 01:25

# 1Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.077Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:27

Data Download Date/Time: 07/10/2019 22:52

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:0207/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:09

Pinellas County SO

EHRHART,MATTHEW

10/10/2019

AG728303

Indian Shores PD

KASELAK,STEPHEN,G

GRANT

06/01/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.078Control Test 02:36

0.000Air Blank 02:36

# 1 0.127Subject Sample 02:37

1.519Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.110Subject Sample 02:42

1.507Breath Volume 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:44

Data Download Date/Time: 07/10/2019 22:52

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:2207/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:18

Pinellas County SO

HIRSHMAN,BRIAN

10/10/2019

AG728303

Pinellas County SO

KASELAK,STEPHEN,G

PARA

06/01/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.077Control Test 03:06

0.000Air Blank 03:07

# 1 0.047Subject Sample 03:07

1.234Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.040Subject Sample 03:10

1.128Breath Volume 03:10

0.000Air Blank 03:11

0.077Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 07/10/2019 22:52

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:0507/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:08

Pinellas County SO

CLAGUE,ERIC

10/10/2019

AG728303

Gulfport PD

KASELAK,STEPHEN,G

LOVELL

06/01/2019

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.076Control Test 04:00

0.000Air Blank 04:01

# 1 0.120Subject Sample 04:04 Volume Not Met

0.125Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.136Subject Sample 04:08

2.160Breath Volume 04:08

0.000Air Blank 04:08

0.000Air Blank 04:10

# 3 0.143Subject Sample 04:11

2.976Breath Volume 04:11

0.000Air Blank 04:12

0.077Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:13

Data Download Date/Time: 07/10/2019 22:52

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0507/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:59

Perry PD

PHELPS,KOVEN

06/05/2020

AG815602

Perry PD

PHELPS,KOVEN,

MARISCAL

06/25/2019

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1 0.154Subject Sample 23:33

3.113Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.152Subject Sample 23:36

2.519Breath Volume 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 08/01/2019 10:30

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:2807/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:56

23:03

Perry PD

ROBSON,WILLIAM

06/05/2020

AG815602

FFWCC (Panama City)

PHELPS,KOVEN,

BAYLOR

06/25/2019

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.080Control Test 00:18

0.000Air Blank 00:18

# 1 0.096Subject Sample 00:19

2.031Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.098Subject Sample 00:22

3.101Breath Volume 00:22

0.000Air Blank 00:23

0.081Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 08/01/2019 10:30

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2707/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:03

Perry PD

OCONNOR,MICHAEL

06/05/2020

AG815602

Taylor County SO

ARNOLD,JOHN,S

BUCKLAND

07/26/2019

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:45

# 1 0.000Subject Sample 23:48

1.121Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.000Subject Sample 23:54

1.578Breath Volume 23:54

0.000Air Blank 23:54

0.085Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 08/01/2019 10:30

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:5907/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:15

21:32

St. Petersburg PD

LESPERANCE,DANIEL

10/05/2020

24818080A3

St. Petersburg PD

LAMOUR,ZACHARY,T

SIMMONS

06/10/2019

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.076Control Test 21:36

0.000Air Blank 21:37

# 1Subject Sample 21:40 No Sample Provided

0.000Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:45

0.078Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 07/11/2019 09:47

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:2107/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

23:11

St. Petersburg PD

LAMOUR,ZACHARY

10/05/2020

24818080A3

St. Petersburg PD

LESPERANCE,DANIEL,E

GUINTHER

06/10/2019

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.076Control Test 23:21

0.000Air Blank 23:22

# 1 0.131Subject Sample 23:22

1.664Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.133Subject Sample 23:26

1.628Breath Volume 23:26

0.000Air Blank 23:27

0.075Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 07/11/2019 09:47

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:4607/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

23:46

St. Petersburg PD

KARAYIANES,MICHAEL

10/05/2020

24818080A3

St. Petersburg PD

LESPERANCE,DANIEL,E

VIGNONE

06/10/2019

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.078Control Test 23:59

0.000Air Blank 23:59

# 1 0.000Subject Sample 00:00

2.218Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.000Subject Sample 00:03

1.339Breath Volume 00:03

0.000Air Blank 00:03

0.077Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 07/11/2019 09:47

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:19:1407/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:55

18:55

St. Petersburg PD

WIESKOPF,MICHAEL

10/05/2020

24818080A3

St. Petersburg PD

LAMOUR,ZACHARY,T

GUINN

06/10/2019

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.078Control Test 19:16

0.000Air Blank 19:17

# 1Subject Sample 19:17 Subject Test Refused

0.000Breath Volume 19:17

0.000Air Blank 19:18

0.077Control Test 19:18

0.000Air Blank 19:19

OKDiagnostics Check 19:19

Data Download Date/Time: 07/11/2019 09:47

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:0907/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

21:08

St. Petersburg PD

LESPERANCE,DANIEL

10/05/2020

24818080A3

St. Petersburg PD

KARAYIANES,MICHAEL,F

ROBBINS

06/10/2019

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.078Control Test 21:17

0.000Air Blank 21:18

# 1 0.144Subject Sample 21:18

2.417Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.134Subject Sample 21:21

1.437Breath Volume 21:21

0.000Air Blank 21:22

0.076Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 07/11/2019 09:47

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:2707/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:53

St. Petersburg PD

KARAYIANES,MICHAEL

10/05/2020

24818080A3

St. Petersburg PD

LAMOUR,ZACHARY,T

WOODS

07/11/2019

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

# 1 0.206Subject Sample 04:10

1.539Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.208Subject Sample 04:13

1.500Breath Volume 04:13

0.000Air Blank 04:14

0.076Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:17

Data Download Date/Time: 08/05/2019 13:17

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005338CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:0907/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

20:21

St. Petersburg PD

LESPERANCE,DANIEL

10/05/2020

24818080A3

St. Petersburg PD

LAMOUR,ZACHARY,T

ACEVEDO

07/11/2019

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.078Control Test 20:31

0.000Air Blank 20:31

# 1Subject Sample 20:32 Subject Test Refused

0.000Breath Volume 20:32

0.000Air Blank 20:33

0.076Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 08/05/2019 13:17

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:0607/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:51

Port Orange PD

AVILA,NICOLE

11/01/2019

609878

Port Orange PD

AVILA,NICOLE,M

JOHNSON

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.077Control Test 00:32

0.000Air Blank 00:32

# 1 0.240Subject Sample 00:33

1.894Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.232Subject Sample 00:36

2.191Breath Volume 00:36

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 07/18/2019 09:45

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4107/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:46

Port Orange PD

DAVIS,JASON

11/01/2019

609878

Port Orange PD

AVILA,NICOLE,M

CIRKS

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

# 1 0.191Subject Sample 03:34

3.238Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.195Subject Sample 03:37

3.171Breath Volume 03:37

0.000Air Blank 03:37

0.078Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 07/18/2019 09:45

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5407/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:58

Port Orange PD

HICKS,Z

11/01/2019

609878

Port Orange PD

EDWARDS,JUSTIN,D

STEPHENS

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.081Control Test 04:19

0.000Air Blank 04:19

# 1 0.172Subject Sample 04:20

2.519Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2Subject Sample 04:25 No Sample Provided

0.000Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 3Subject Sample 04:31 No Sample Provided

0.000Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 07/18/2019 09:45

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:1507/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:08

Port Orange PD

HAMBSH,CARLYTON

11/01/2019

609878

Port Orange PD

HAMBSH,CARLYTON,R

SELLAS

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.080Control Test 20:56

0.000Air Blank 20:57

# 1 0.000Subject Sample 20:58

1.808Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.000Subject Sample 21:01

2.628Breath Volume 21:01

0.000Air Blank 21:02

0.081Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 07/18/2019 09:45

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:0407/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:49

Port Orange PD

SHLEIFER,BRIN

11/01/2019

609878

Port Orange PD

HAMBSH,CARLYTON,R

DARAGO

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:25

0.080Control Test 21:25

0.000Air Blank 21:26

# 1 0.179Subject Sample 21:26

1.972Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:28

# 2 0.186Subject Sample 21:29

3.593Breath Volume 21:29

0.000Air Blank 21:30

0.079Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:31

Data Download Date/Time: 07/18/2019 09:45

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5307/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:04

Port Orange PD

HAMBSH,CARLYTON

11/01/2019

609878

Port Orange PD

HAMBSH,CARLYTON,R

QUEEN

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

# 1 0.213Subject Sample 04:06

2.363Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.207Subject Sample 04:09

2.125Breath Volume 04:09

0.000Air Blank 04:09

0.078Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 07/18/2019 09:45

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:4707/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:50

Port Orange PD

HAMBSH,CARLYTON

11/01/2019

609878

Port Orange PD

HAMBSH,CARLYTON,R

QUANTZ

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:35

# 1 0.143Subject Sample 23:36

1.675Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.137Subject Sample 23:39

2.101Breath Volume 23:39

0.000Air Blank 23:39

0.078Control Test 23:40

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 07/31/2019 11:04

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:3207/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:28

Port Orange PD

HAMBSH,CARLYTON

11/01/2019

609878

Port Orange PD

HAMBSH,CARLYTON,R

TIBBETTS

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.080Control Test 19:40

0.000Air Blank 19:40

# 1 0.100Subject Sample 19:41

1.105Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:43

# 2 0.096Subject Sample 19:45

2.894Breath Volume 19:45

0.000Air Blank 19:45

0.079Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 07/31/2019 11:04

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:5607/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:57

Port Orange PD

HAMBSH,CARLYTON

11/01/2019

609878

Port Orange PD

HAMBSH,CARLYTON,R

GODAWA

06/29/2019

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1 0.174Subject Sample 01:37

1.367Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.182Subject Sample 01:40

2.027Breath Volume 01:40

0.000Air Blank 01:41

0.078Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 07/31/2019 11:04

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:5907/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:18

Ocala PD

WRIGHT,D

10/05/2020

24818080A2

Ocala PD

WRIGHT,D,E

FOLSOM

06/25/2019

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.080Control Test 00:52

0.000Air Blank 00:52

# 1 0.209Subject Sample 00:53

2.960Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.210Subject Sample 00:56

2.871Breath Volume 00:56

0.000Air Blank 00:57

0.079Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 07/27/2019 22:59

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0407/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

01:17

Ocala PD

WRIGHT,D

10/05/2020

24818080A2

Ocala PD

WRIGHT,D,E

CALHOUN

06/25/2019

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.078Control Test 01:28

0.000Air Blank 01:28

# 1 0.128Subject Sample 01:29

1.777Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.137Subject Sample 01:32

3.917Breath Volume 01:32

0.000Air Blank 01:33

0.076Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:34

Data Download Date/Time: 07/27/2019 22:59

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:2507/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:58

Ocala PD

WRIGHT,D

10/05/2020

24818080A2

Ocala PD

WRIGHT,D,E

STRAIT

06/25/2019

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:09

# 1 0.150Subject Sample 01:09

1.953Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.143Subject Sample 01:12

1.835Breath Volume 01:12

0.000Air Blank 01:13

0.078Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 07/27/2019 22:59

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:4107/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

00:11

Ocala PD

WRIGHT,D

10/05/2020

24818080A2

Ocala PD

WRIGHT,D,E

BROWN

07/26/2019

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.078Control Test 00:18

0.000Air Blank 00:19

# 1 0.207Subject Sample 00:21

2.144Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.198Subject Sample 00:25

1.980Breath Volume 00:25

0.000Air Blank 00:25

0.077Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 08/28/2019 17:58

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:5907/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:27

Daytona Beach PD

QUINONES,BRYAN

10/12/2021

1031121

Daytona Beach PD

DUNNE,JUSTIN,R

GREEN

07/22/2019

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.079Control Test 22:19

0.000Air Blank 22:20

# 1Subject Sample 22:20 Subject Test Refused

0.000Breath Volume 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 08/14/2019 16:00

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:5607/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:20

Daytona Beach PD

BAZE,KAYLOR

10/12/2021

1031121

Daytona Beach PD

MARTIN,STERLING,R

PRUGAR

07/22/2019

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

# 1 0.140Subject Sample 03:57

1.160Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 03:59

# 2 0.143Subject Sample 04:00

1.242Breath Volume 04:00

0.000Air Blank 04:01

0.077Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 08/14/2019 16:00

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:5907/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:49

Daytona Beach PD

ROSSI,ASHLEY

10/12/2021

1031121

Daytona Beach PD

DUNNE,JUSTIN,R

BAINTER

07/22/2019

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:27

0.000Air Blank 17:28

0.080Control Test 17:28

0.000Air Blank 17:29

# 1 0.000Subject Sample 17:29

3.230Breath Volume 17:29

0.000Air Blank 17:30

0.000Air Blank 17:32

# 2 0.000Subject Sample 17:32

2.718Breath Volume 17:32

0.000Air Blank 17:33

0.080Control Test 17:33

0.000Air Blank 17:33

OKDiagnostics Check 17:33

Data Download Date/Time: 08/14/2019 16:01

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:4907/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:14

19:00

Fernandina Beach PD

MAZURYK,MICHAEL

03/05/2021

00919080A3

Fernandina Beach PD

MAZURYK,MICHAEL,S

DRAKUS

07/09/2019

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.081Control Test 19:40

0.000Air Blank 19:41

# 1 0.162Subject Sample 19:42

1.640Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.154Subject Sample 19:46

2.378Breath Volume 19:46

0.000Air Blank 19:46

0.079Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 08/06/2019 15:34

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:0807/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:37

Fernandina Beach PD

SMITH,JASON

03/05/2021

00919080A3

Fernandina Beach PD

SMITH,JASON,E

HOBBS

07/09/2019

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:47

# 1Subject Sample 04:48 Subject Test Refused

0.000Breath Volume 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 08/06/2019 15:34

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2707/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:31

Fernandina Beach PD

SEARS,COLBY

03/05/2021

00919080A3

Fernandina Beach PD

SMITH,JASON,E

CONOVER

07/09/2019

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.080Control Test 03:37

0.000Air Blank 03:37

# 1 0.214Subject Sample 03:38

2.828Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.204Subject Sample 03:41

2.523Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 08/06/2019 15:34

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1007/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:02

Fernandina Beach PD

KENYON,KYLE

03/05/2021

00919080A3

Fernandina Beach PD

MAZURYK,MICHAEL,S

SIKES

07/09/2019

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

# 1Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 08/06/2019 15:34

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5807/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:26

Fernandina Beach PD

PAETSCH,JOSHUA

03/05/2021

00919080A3

Fernandina Beach PD

SMITH,JASON,E

STAENGLEN

07/09/2019

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

# 1 0.210Subject Sample 04:28

2.347Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.208Subject Sample 04:32

2.578Breath Volume 04:32

0.000Air Blank 04:32

0.078Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 08/06/2019 15:34

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:5707/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:22

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

RENFROE

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.074Control Test 03:56 Control Outside Tolerance

0.000Air Blank 03:56

Data Download Date/Time: 08/09/2019 10:50

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:2807/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:22

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

RENFROE

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.074Control Test 03:59 Control Outside Tolerance

0.000Air Blank 04:00

Data Download Date/Time: 08/09/2019 10:50

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4707/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:26

AVENTURA PD

RODRIGUEZ,CATINA

02/05/2020

34917080A4

AVENTURA PD

WOOD,PERRY,B

WOOD

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.076Control Test 02:13

0.000Air Blank 02:14

# 1 0.148Subject Sample 02:15

1.171Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.114Subject Sample 02:20 Volume Not Met

0.714Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 3 0.132Subject Sample 02:24

2.226Breath Volume 02:24

0.000Air Blank 02:25

0.072Control Test 02:26 Control Outside Tolerance

0.000Air Blank 02:26

Data Download Date/Time: 08/09/2019 10:50

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:4607/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:54

MIAMI-DADE PD

DELGADO,M

02/05/2020

34917080A4

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

MENJIVAR

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.078Control Test 04:43

0.000Air Blank 04:44

# 1 0.125Subject Sample 04:47

2.191Breath Volume 04:47

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.124Subject Sample 04:50

1.347Breath Volume 04:50

0.000Air Blank 04:50

0.076Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 08/09/2019 10:50

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:3607/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:30

AVENTURA PD

ESPADA,ROME

02/05/2020

34917080A4

AVENTURA PD

HELFNER,ISAAC,S

TRITSCH

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.076Control Test 00:22

0.000Air Blank 00:22

# 1 0.189Subject Sample 00:23

4.625Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.179Subject Sample 00:26

1.769Breath Volume 00:26

0.000Air Blank 00:26

0.075Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 08/09/2019 10:50

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0407/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:23

SWEETWATER PD

POVEDA,EMILIE

05/05/2021

06419080A2

SWEETWATER PD

POVEDA,EMILIE,M

HERNANDEZ

07/10/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

# 1 0.143Subject Sample 01:11 Volume Not Met

0.105Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:13

# 2 0.151Subject Sample 01:14

2.414Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 3 0.156Subject Sample 01:17

2.042Breath Volume 01:17

0.000Air Blank 01:18

0.077Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:19

Data Download Date/Time: 08/08/2019 09:12

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:4807/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:45

MIAMI-DADE PD

BELLON,RICHARD

05/05/2021

06419080A2

MIAMI-DADE PD

BELLON,RICHARD,G

LARA

07/10/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:32

# 1 0.183Subject Sample 00:32

1.726Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.160Subject Sample 00:38 Volume Not Met

0.429Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:40

# 3 0.170Subject Sample 00:41

1.562Breath Volume 00:41

0.000Air Blank 00:41

0.077Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 08/08/2019 09:12

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3407/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:12

MIAMI-DADE PD

ROMERO,JANET

05/05/2021

06419080A2

MIAMI-DADE PD

ROMERO,JANET,

LARA

07/10/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:50

# 1 0.159Subject Sample 02:51

1.367Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.160Subject Sample 02:53

1.714Breath Volume 02:53

0.000Air Blank 02:54

0.077Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 08/08/2019 09:12

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:1707/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:56

18:37

MIAMI-DADE PD

BONILLA,J

05/05/2021

06419080A2

MIAMI-DADE PD

BONILLA,JOSE,I

MCGIVNEY

07/10/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:17

0.000Air Blank 19:18

0.079Control Test 19:18

0.000Air Blank 19:19

# 1 0.100Subject Sample 19:22 Volume Not Met

0.632Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:24

# 2 0.117Subject Sample 19:26

1.464Breath Volume 19:26

0.000Air Blank 19:27

0.000Air Blank 19:28

# 3 0.109Subject Sample 19:30

1.328Breath Volume 19:30

0.000Air Blank 19:31

0.073Control Test 19:31 Control Outside Tolerance

0.000Air Blank 19:32

Data Download Date/Time: 08/08/2019 09:12

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:18:5507/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:45

11:08

MIAMI-DADE PD

MUNOZ,RICHARD

05/05/2021

06419080A2

MIAMI-DADE PD

MUNOZ,RICHARD,

BERMUDEZ

07/10/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:12

0.000Air Blank 12:13

0.079Control Test 12:13

0.000Air Blank 12:14

# 1 0.000Subject Sample 12:14

1.640Breath Volume 12:14

0.000Air Blank 12:14

0.000Air Blank 12:16

# 2 0.000Subject Sample 12:17

1.378Breath Volume 12:17

0.000Air Blank 12:18

0.079Control Test 12:18

0.000Air Blank 12:18

OKDiagnostics Check 12:18

Data Download Date/Time: 08/08/2019 09:12

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3107/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:43

MIAMI-DADE PD

ROMERO,JANET

05/05/2021

06419080A2

MIAMI-DADE PD

ROMERO,JANET,

PASTOR-HERNANDEZ

07/10/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.154Subject Sample 02:32

1.652Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.149Subject Sample 02:35

2.253Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 08/08/2019 09:12

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:07:4107/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:28

15:20

MIAMI-DADE PD

BONILLA,JOSE

05/05/2021

06419080A2

MIAMI-DADE PD

BONILLA,JOSE,I

SALINAS FRANCO

07/10/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:57

0.000Air Blank 15:57

0.080Control Test 15:58

0.000Air Blank 15:58

# 1 0.000Subject Sample 16:01 Volume Not Met

0.058Breath Volume 16:01

0.000Air Blank 16:02

0.000Air Blank 16:04

# 2Subject Sample 16:05 Slope Not Met

0.898Breath Volume 16:05

0.000Air Blank 16:06

0.077Control Test 16:07

0.000Air Blank 16:07

OKDiagnostics Check 16:07

Data Download Date/Time: 08/08/2019 09:12

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:17:3707/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:28

15:20

MIAMI-DADE PD

BONILLA,JOSE

05/05/2021

06419080A2

MIAMI-DADE PD

BONILLA,JOSE,I

SALINAS FRANCO

07/10/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:09

0.000Air Blank 16:09

0.075Control Test 16:09

0.000Air Blank 16:10

# 1 0.392Subject Sample 16:13 Volume Not Met

0.000Breath Volume 16:13

0.000Air Blank 16:14

0.000Air Blank 16:16

# 2Subject Sample 16:16 Subject Test Refused

0.000Breath Volume 16:16

0.000Air Blank 16:16

0.074Control Test 16:17 Control Outside Tolerance

0.000Air Blank 16:17

Data Download Date/Time: 08/08/2019 09:12

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:1707/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:06

22:24

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

MARCIO

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.077Control Test 23:29

0.000Air Blank 23:29

# 1Subject Sample 23:29 Subject Test Refused

0.000Breath Volume 23:29

0.000Air Blank 23:30

0.077Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:0807/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:57

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

DE PENA

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:55

0.077Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4107/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:28

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

WILSON

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.078Control Test 02:43

0.000Air Blank 02:44

# 1Subject Sample 02:47 No Sample Provided

0.000Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.077Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:5807/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:29

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

VELASQUEZ

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.077Control Test 03:06

0.000Air Blank 03:07

# 1Subject Sample 03:07 Subject Test Refused

0.000Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3007/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:50

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

SILVA

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.077Control Test 01:25

0.000Air Blank 01:25

# 1 0.113Subject Sample 01:26

1.285Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.116Subject Sample 01:28

1.734Breath Volume 01:28

0.000Air Blank 01:29

0.077Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:21:2907/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:52

05:32

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

ANGULO

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:15

0.077Control Test 06:16

0.000Air Blank 06:16

# 1 0.161Subject Sample 06:17

2.085Breath Volume 06:17

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2 0.155Subject Sample 06:19

2.441Breath Volume 06:19

0.000Air Blank 06:20

0.078Control Test 06:20

0.000Air Blank 06:21

OKDiagnostics Check 06:21

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:3307/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:12

MIAMI-DADE PD

PACHECO,GEORGE

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

FANSHAWE

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.078Control Test 04:39

0.000Air Blank 04:39

# 1 0.136Subject Sample 04:39

1.339Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.145Subject Sample 04:42

3.011Breath Volume 04:42

0.000Air Blank 04:43

0.077Control Test 04:43

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2807/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:10

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

CONNON

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.077Control Test 01:47

0.000Air Blank 01:47

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:48

0.078Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:0907/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:16

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

DIEZ

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.078Control Test 03:55

0.000Air Blank 03:55

# 1Subject Sample 03:56 RFI Detect

0.886Breath Volume 03:56

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5607/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:16

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

DEIZ

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.077Control Test 04:00

0.000Air Blank 04:00

# 1 0.063Subject Sample 04:01

1.664Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.056Subject Sample 04:04

1.371Breath Volume 04:04

0.000Air Blank 04:04

0.078Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4207/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:22

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

MARTINEZ

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.077Control Test 04:05

0.000Air Blank 04:05

# 1 0.342Subject Sample 04:06

1.652Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.332Subject Sample 04:09

1.414Breath Volume 04:09

0.000Air Blank 04:09

0.077Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0007/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:49

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

GINORIS JR

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.077Control Test 03:37

0.000Air Blank 03:37

# 1 0.163Subject Sample 03:38

2.273Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:40

# 2 0.168Subject Sample 03:41

1.652Breath Volume 03:41

0.000Air Blank 03:42

0.077Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:43

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:5507/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:14

MIAMI-DADE PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,L

AGUILERA

07/04/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.077Control Test 02:46

0.000Air Blank 02:47

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:47

0.077Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 08/02/2019 11:32

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:2207/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:22

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

CLOSIUS,RICHARD,

RENFROE

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.077Control Test 04:40

0.000Air Blank 04:40

# 1 0.183Subject Sample 04:41

1.355Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.181Subject Sample 04:43

1.832Breath Volume 04:43

0.000Air Blank 04:44

0.077Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 08/07/2019 12:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:3707/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:25

MIAMI-DADE PD

AZRAK,JOSEPH

02/05/2020

34917080A4

MIAMI-DADE PD

AZRAK,JOSEPH,

ROSARIO MERCADO

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.077Control Test 00:51

0.000Air Blank 00:52

# 1 0.122Subject Sample 00:52

1.269Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.126Subject Sample 00:56

1.492Breath Volume 00:56

0.000Air Blank 00:56

0.076Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 08/07/2019 12:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4107/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:05

MIAMI-DADE PD

AZRAK,JOSEPH

02/05/2020

34917080A4

MIAMI-DADE PD

AZRAK,JOSEPH,

AYALA

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.077Control Test 02:36

0.000Air Blank 02:36

# 1Subject Sample 02:40 No Sample Provided

0.000Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.228Subject Sample 02:43

1.996Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 3 0.224Subject Sample 02:47

1.402Breath Volume 02:47

0.000Air Blank 02:47

0.075Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 08/07/2019 12:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4707/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:40

MIAMI-DADE PD

AZRAK,JOSEPH

02/05/2020

34917080A4

MIAMI-DADE PD

AZRAK,JOSEPH,

BEMBRY III

07/03/2019

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.077Control Test 02:12

0.000Air Blank 02:13

# 1 0.191Subject Sample 02:13

1.515Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.197Subject Sample 02:17

2.632Breath Volume 02:17

0.000Air Blank 02:17

0.077Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 08/07/2019 12:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2707/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:51

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

ESTELL

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

# 1 0.150Subject Sample 02:10

1.378Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.148Subject Sample 02:13

2.000Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 07/25/2019 11:02

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:3707/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:34

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

MYERS

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.078Control Test 04:58

0.000Air Blank 04:58

# 1 0.292Subject Sample 04:59

2.398Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.286Subject Sample 05:03

2.328Breath Volume 05:03

0.000Air Blank 05:04

0.078Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 07/25/2019 11:02

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:0807/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:41

Polk County SO

LUCAS,NATHANIEL

08/05/2019

17817080A3

Polk County SO

LUCAS,NATHANIEL,

BAMACA DELEON

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

Air Blank 02:10 RFI Detect

Air Blank 02:10 RFI Detect

Data Download Date/Time: 07/25/2019 11:02

08 January 2020

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:1907/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:41

Polk County SO

LUCAS,NATHANIEL

08/05/2019

17817080A3

Polk County SO

LUCAS,NATHANIEL,

BAMACA DELEON

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

Air Blank 02:14 RFI Detect

Air Blank 02:14 RFI Detect

Data Download Date/Time: 07/25/2019 11:02

08 January 2020

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:2207/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:41

Polk County SO

LUCAS,N

08/05/2019

17817080A3

Polk County SO

LUCAS,NATHANIEL,

BAMALA DE LEON

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

Air Blank 02:20 RFI Detect

Air Blank 02:20 RFI Detect

Data Download Date/Time: 07/25/2019 11:02

08 January 2020

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:5207/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:54

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

JAMES

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

# 1 0.205Subject Sample 22:10 Volume Not Met

0.070Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:12

# 2 0.196Subject Sample 22:16 Volume Not Met

0.375Breath Volume 22:16

0.000Air Blank 22:16

0.078Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 07/25/2019 11:02

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:1607/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

02:16

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

WHALEY

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

# 1 0.255Subject Sample 02:22

3.675Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.248Subject Sample 02:25

3.425Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 07/25/2019 11:02

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:01:2307/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:30

13:46

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

MALOTT

06/13/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:55

0.000Air Blank 13:55

0.080Control Test 13:55

0.000Air Blank 13:56

# 1 0.257Subject Sample 13:56

2.753Breath Volume 13:56

0.000Air Blank 13:57

0.000Air Blank 13:59

# 2 0.246Subject Sample 13:59

1.296Breath Volume 13:59

0.000Air Blank 14:00

0.078Control Test 14:00

0.000Air Blank 14:01

OKDiagnostics Check 14:01

Data Download Date/Time: 07/25/2019 11:02

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3607/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:49

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

SKINNER-MILLING

07/25/2019

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

# 1 0.180Subject Sample 04:03

1.906Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.172Subject Sample 04:06

1.574Breath Volume 04:06

0.000Air Blank 04:07

0.078Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 08/19/2019 12:05

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:4107/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

04:38

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

HENDRICKS GORDON

07/01/2019

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:43

0.000Air Blank 04:44

# 1 0.159Subject Sample 04:45

2.441Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.162Subject Sample 04:48

1.750Breath Volume 04:48

0.000Air Blank 04:48

0.079Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 08/04/2019 03:05

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-005935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:3307/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:37

Osceola County SO

CRAWFORD,DAVID

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

BETANCOURT ALVAREZ

07/01/2019

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.077Control Test 04:45

0.000Air Blank 04:45

# 1 0.000Subject Sample 04:46

2.613Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.000Subject Sample 04:49

2.679Breath Volume 04:49

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 08/04/2019 03:05

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006027CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:0807/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:33

18:22

Palm Beach County SO

BRODBECK,JAMES

10/05/2019

22817080A5

FFWCC (West Palm)

PARENT,GARY,J

BETANCOURT

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:15

0.078Control Test 19:15

0.000Air Blank 19:16

# 1 0.000Subject Sample 19:16

1.511Breath Volume 19:16

0.000Air Blank 19:17

0.000Air Blank 19:19

# 2 0.000Subject Sample 19:19

2.609Breath Volume 19:19

0.000Air Blank 19:20

0.079Control Test 19:20

0.000Air Blank 19:21

OKDiagnostics Check 19:21

Data Download Date/Time: 07/19/2019 12:37

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0407/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:14

Palm Beach County SO

ZEITZ,PATRICK

03/05/2021

00919080A3

Palm Beach County SO

LEAHEY,THOMAS,H

ROSE

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.081Control Test 00:02

0.000Air Blank 00:03

# 1 0.202Subject Sample 00:04

2.050Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:06

# 2 0.205Subject Sample 00:07

3.062Breath Volume 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:09

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:0307/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

19:59

Palm Beach County SO

DIEZ,DARRELL

03/05/2021

00919080A3

Palm Beach County SO

PARENT,GARY,J

SHEA

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.082Control Test 20:54

0.000Air Blank 20:55

# 1 0.190Subject Sample 20:58 Volume Not Met

0.000Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2Subject Sample 21:01 Subject Test Refused

0.000Breath Volume 21:01

0.000Air Blank 21:02

0.078Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:03

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:16:2807/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:45

11:18

Palm Beach County SO

RICH,PAUL

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

ALFONSO JR

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:10

0.000Air Blank 12:11

0.081Control Test 12:11

0.000Air Blank 12:11

# 1 0.000Subject Sample 12:12

1.906Breath Volume 12:12

0.000Air Blank 12:12

0.000Air Blank 12:14

# 2 0.000Subject Sample 12:15

3.574Breath Volume 12:15

0.000Air Blank 12:15

0.081Control Test 12:15

0.000Air Blank 12:16

OKDiagnostics Check 12:16

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:1607/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:48

Palm Beach County SO

TEJEDA,ANTHONY

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

INGLE

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.081Control Test 22:07

0.000Air Blank 22:08

# 1 0.161Subject Sample 22:09

1.214Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.170Subject Sample 22:12

1.117Breath Volume 22:12

0.000Air Blank 22:13

0.078Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:3307/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:03

Palm Beach County SO

BORROWS,ANDREW

03/05/2021

00919080A3

Jupiter PD

POUND,PARIS,D

SHELLEN

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.081Control Test 03:00

0.000Air Blank 03:00

# 1 0.144Subject Sample 03:01

2.820Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.138Subject Sample 03:03

1.972Breath Volume 03:03

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0607/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:09

Palm Beach County SO

QUIROS,MARCIEL

03/05/2021

00919080A3

Jupiter PD

POUND,PARIS,D

REEVES

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:17

# 1 0.153Subject Sample 04:18

1.890Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:20

# 2 0.157Subject Sample 04:21

2.144Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:4607/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:19

Palm Beach County SO

ESPOSITO,DAVID

03/05/2021

00919080A3

Lantana PD

PARENT,GARY,J

CRUZ CASTILLO

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.081Control Test 22:30

0.000Air Blank 22:30

# 1 0.023Subject Sample 22:31

2.253Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.022Subject Sample 22:35

1.859Breath Volume 22:35

0.000Air Blank 22:35

0.080Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:26:4507/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:55

10:45

Palm Beach County SO

LASSO,JAVIER

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

PEREZ ORTIZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:20

0.000Air Blank 12:20

0.082Control Test 12:21

0.000Air Blank 12:21

# 1 0.367Subject Sample 12:22

2.722Breath Volume 12:22

0.000Air Blank 12:22

0.000Air Blank 12:24

# 2 0.360Subject Sample 12:25

2.796Breath Volume 12:25

0.000Air Blank 12:25

0.080Control Test 12:26

0.000Air Blank 12:26

OKDiagnostics Check 12:26

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:2007/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:35

19:34

Palm Beach County SO

BRODBECK,JAMES

03/05/2021

00919080A3

FFWCC (West Palm)

PARENT,GARY,J

ADOLPHE

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:02

# 1 0.133Subject Sample 21:03

2.050Breath Volume 21:03

0.000Air Blank 21:04

0.000Air Blank 21:05

# 2 0.136Subject Sample 21:06

1.402Breath Volume 21:06

0.000Air Blank 21:07

0.080Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:0007/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:39

Palm Beach County SO

SOLOWAY,ALAN

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

CONNERLEY

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

# 1Subject Sample 01:41 Subject Test Refused

0.000Breath Volume 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:43

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:5407/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:00

15:21

Palm Beach County SO

BRODBECK,JAMES

03/05/2021

00919080A3

FFWCC (West Palm)

POUND,PARIS,D

RODRIGUEZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:54

0.000Air Blank 16:55

0.081Control Test 16:55

0.000Air Blank 16:56

# 1Subject Sample 16:56 Subject Test Refused

0.000Breath Volume 16:56

0.000Air Blank 16:56

0.080Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:1407/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:22

16:30

Palm Beach County SO

TEJEDA,ANTHONY

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

BARTOLON VELASQUEZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:46

0.000Air Blank 17:47

0.081Control Test 17:47

0.000Air Blank 17:47

# 1 0.155Subject Sample 17:48

1.449Breath Volume 17:48

0.000Air Blank 17:49

0.000Air Blank 17:51

# 2 0.155Subject Sample 17:51

1.886Breath Volume 17:51

0.000Air Blank 17:52

0.079Control Test 17:52

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:22:3007/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:26

14:12

Palm Beach County SO

HERNANDEZ,BERNARDO

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

MEJIA-PEREZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:15

0.000Air Blank 15:16

0.081Control Test 15:16

0.000Air Blank 15:17

# 1 0.290Subject Sample 15:17

2.023Breath Volume 15:17

0.000Air Blank 15:18

0.000Air Blank 15:20

# 2 0.289Subject Sample 15:20

2.070Breath Volume 15:20

0.000Air Blank 15:21

0.080Control Test 15:21

0.000Air Blank 15:22

OKDiagnostics Check 15:22

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:5807/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

22:28

Palm Beach County SO

SOLOWAY,ALAN

03/05/2021

00919080A3

Palm Beach County SO

LEAHEY,THOMAS,H

BOPP

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.084Control Test 00:34

0.000Air Blank 00:34

# 1 0.263Subject Sample 00:36

1.441Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.266Subject Sample 00:40

1.859Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2807/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:52

Palm Beach County SO

SCHNEIDER,D

03/05/2021

00919080A3

Palm Beach County SO

O'NEAL,SHARI,L

VALLIERE

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.081Control Test 23:40

0.000Air Blank 23:41

# 1 0.035Subject Sample 23:43

1.101Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.033Subject Sample 23:48

1.164Breath Volume 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:2407/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:05

Palm Beach County SO

WHITE,EDWARD

03/05/2021

00919080A3

Palm Beach County SO

O'NEAL,SHARI,L

PEREZ VELASQUEZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

# 1 0.168Subject Sample 00:58

1.261Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.181Subject Sample 01:01

1.589Breath Volume 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:31:2707/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:55

13:05

Palm Beach County SO

GODINEZ,RANDY

03/05/2021

00919080A3

FL Atlantic UPD

POUND,PARIS,D

PIEDRAS CUFINO

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:25

0.000Air Blank 14:25

0.081Control Test 14:26

0.000Air Blank 14:26

# 1 0.000Subject Sample 14:27

1.800Breath Volume 14:27

0.000Air Blank 14:27

0.000Air Blank 14:29

# 2 0.000Subject Sample 14:30

1.960Breath Volume 14:30

0.000Air Blank 14:30

0.080Control Test 14:30

0.000Air Blank 14:31

OKDiagnostics Check 14:31

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:0707/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:24

Palm Beach County SO

SOLOWAY,ALAN

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

PONCE NEGRETE

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

# 1 0.215Subject Sample 02:05

1.859Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.220Subject Sample 02:08

1.214Breath Volume 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:1007/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:22

Palm Beach County SO

SOLOWAY,ALAN

03/05/2021

00919080A3

Palm Beach County SO

O'NEAL,SHARI,L

RODRIGUEZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.081Control Test 00:02

0.000Air Blank 00:02

# 1 0.210Subject Sample 00:04

1.171Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.212Subject Sample 00:07

1.507Breath Volume 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:00:4407/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:35

Palm Beach County SO

WARD,CHRISTOPHER

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

VALENZUELA CALDERON

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.081Control Test 05:50

0.000Air Blank 05:50

# 1 0.099Subject Sample 05:53 Volume Not Met

0.050Breath Volume 05:53

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2Subject Sample 05:58 Subject Test Refused

0.035Breath Volume 05:58

0.000Air Blank 05:59

0.080Control Test 06:00

0.000Air Blank 06:00

OKDiagnostics Check 06:00

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:33:1507/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:59

07:23

Palm Beach County SO

SAYIH,ROBERT

03/05/2021

00919080A3

FHP Troop L

O'NEAL,SHARI,L

SILVA MARTINEZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:26

0.000Air Blank 08:26

0.081Control Test 08:26

0.000Air Blank 08:27

# 1 0.146Subject Sample 08:28

1.386Breath Volume 08:28

0.000Air Blank 08:29

0.000Air Blank 08:30

# 2 0.138Subject Sample 08:31

1.734Breath Volume 08:31

0.000Air Blank 08:32

0.080Control Test 08:32

0.000Air Blank 08:33

OKDiagnostics Check 08:33

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1407/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:09

Palm Beach County SO

BUDISH,HARRISON

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

SOOKNANAN

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

# 1 0.178Subject Sample 01:16 Volume Not Met

0.125Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.175Subject Sample 01:22 Volume Not Met

0.183Breath Volume 01:22

0.000Air Blank 01:23

0.077Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:0307/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:13

Palm Beach County SO

BONET,LUIS

03/05/2021

00919080A3

Delray Beach PD

O'NEAL,SHARI,L

GLIDEWELL

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.081Control Test 02:03

0.000Air Blank 02:03

# 1 0.198Subject Sample 02:06

1.750Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:08

# 2 0.185Subject Sample 02:09

1.164Breath Volume 02:09

0.000Air Blank 02:10

0.077Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:11

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:4007/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:21

Palm Beach County SO

BLACKMAN,VICTOR

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

LOPEZ-GUTIERREZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

# 1 0.224Subject Sample 03:11

2.781Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.220Subject Sample 03:14

2.226Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5707/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

01:50

Palm Beach County SO

SENTMANAT,ALDOLFO

03/05/2021

00919080A3

Palm Beach County SO

LEAHEY,THOMAS,H

GUERRA HERNANDEZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

# 1 0.059Subject Sample 03:34

1.632Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:36

# 2 0.056Subject Sample 03:37

1.695Breath Volume 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:5307/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:52

Palm Beach County SO

ZEITZ,PATRICK

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

JACINTO PORTILLO

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.081Control Test 05:40

0.000Air Blank 05:41

# 1 0.164Subject Sample 05:42

1.269Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:44

# 2 0.156Subject Sample 05:45

1.683Breath Volume 05:45

0.000Air Blank 05:45

0.078Control Test 05:46

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:0307/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:18

Palm Beach County SO

SCHAEFER,JOHN

03/05/2021

00919080A3

Palm Beach County SO

POUND,PARIS,D

FELIZ PEREZ

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

# 1 0.146Subject Sample 02:53

1.132Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.159Subject Sample 02:56

1.500Breath Volume 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:58

Data Download Date/Time: 07/19/2019 16:19

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:10:0507/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

08:28

Palm Beach County SO

SAYIH,ROBERT

03/05/2021

00919080A3

FHP Troop L

POUND,PARIS,D

JOSEPH

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:03

0.000Air Blank 10:04

0.082Control Test 10:04

0.000Air Blank 10:05

# 1 0.000Subject Sample 10:05

1.796Breath Volume 10:05

0.000Air Blank 10:06

0.000Air Blank 10:08

# 2 0.000Subject Sample 10:08

3.000Breath Volume 10:08

0.000Air Blank 10:09

0.080Control Test 10:09

0.000Air Blank 10:10

OKDiagnostics Check 10:10

Data Download Date/Time: 07/19/2019 16:20

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:3507/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:34

Palm Beach County SO

TRUDEAU,RYAN

03/05/2021

00919080A3

Palm Beach Gardens

O'NEAL,SHARI,L

LIEBERMAN

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1 0.196Subject Sample 02:23

1.808Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.197Subject Sample 02:25

2.937Breath Volume 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 07/19/2019 16:20

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:0807/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:55

Palm Beach County SO

IV,ANDREW

03/05/2021

00919080A3

FHP Troop L

O'NEAL,SHARI,L

INNOCENT

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.081Control Test 05:48

0.000Air Blank 05:49

# 1 0.044Subject Sample 05:49

1.378Breath Volume 05:49

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.043Subject Sample 05:52

1.636Breath Volume 05:52

0.000Air Blank 05:53

0.080Control Test 05:53

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 07/19/2019 16:20

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:44:3107/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:11

10:25

Palm Beach County SO

LASSO,JAVIER

03/05/2021

00919080A3

Palm Beach County SO

SCHAFER,NANCY,M

FELIX

06/13/2019

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:37

0.000Air Blank 11:37

0.082Control Test 11:37

0.000Air Blank 11:38

# 1 0.157Subject Sample 11:39

2.273Breath Volume 11:39

0.000Air Blank 11:40

0.000Air Blank 11:41

# 2 0.161Subject Sample 11:42

1.765Breath Volume 11:42

0.000Air Blank 11:43

0.081Control Test 11:43

0.000Air Blank 11:44

OKDiagnostics Check 11:44

Data Download Date/Time: 07/19/2019 16:20

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:5107/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:02

17:53

FHP Troop C

HERNANDEZ,ALAIN

11/15/2021

1048227

FHP Troop C

HERNANDEZ,ALAIN,

VELEZ

06/27/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:23

0.000Air Blank 18:23

0.077Control Test 18:23

0.000Air Blank 18:24

# 1 0.140Subject Sample 18:26

1.820Breath Volume 18:26

0.000Air Blank 18:26

0.000Air Blank 18:28

# 2 0.140Subject Sample 18:29

1.914Breath Volume 18:29

0.000Air Blank 18:29

0.076Control Test 18:30

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 07/24/2019 19:03

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:2007/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:37

FHP Troop C

HERNANDEZ,ALAIN

11/15/2021

1048227

FHP Troop C

HERNANDEZ,ALAIN,

CLARKE

06/27/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.078Control Test 01:51

0.000Air Blank 01:52

# 1 0.110Subject Sample 01:53

1.976Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.097Subject Sample 01:56

1.535Breath Volume 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 07/24/2019 19:03

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4207/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

03:16

FHP Troop C

HERNANDEZ,ALAIN

11/15/2021

1048227

FHP Troop C

HERNANDEZ,ALAIN,

MEY REDDY

06/27/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:28

# 1 0.256Subject Sample 03:29

1.214Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:31

# 2 0.275Subject Sample 03:32

1.109Breath Volume 03:32

0.000Air Blank 03:32

0.078Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 07/24/2019 19:03

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2007/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

03:15

FHP Troop C

HERNANDEZ,ALAIN

11/15/2021

1048227

FHP Troop C

HERNANDEZ,ALAIN,

DIAZ PEREZ

06/27/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.078Control Test 03:25

0.000Air Blank 03:25

# 1 0.261Subject Sample 03:27

2.425Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.265Subject Sample 03:31

1.335Breath Volume 03:31

0.000Air Blank 03:32

0.077Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 07/24/2019 19:03

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:3907/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:28

FHP Troop C

HERNANDEZ,ALAIN

11/15/2021

1048227

FHP Troop C

HERNANDEZ,ALAIN,

PLACHTA

06/27/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.078Control Test 23:10

0.000Air Blank 23:10

# 1 0.000Subject Sample 23:11

1.835Breath Volume 23:11

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.000Subject Sample 23:14

1.734Breath Volume 23:14

0.000Air Blank 23:14

0.078Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 07/24/2019 19:03

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:3807/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

19:48

FHP Troop C

HERNANDEZ,ALAIN

11/15/2021

1048227

FHP Troop C

HERNANDEZ,ALAIN,

PEDRO

06/27/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

Air Blank 20:04 RFI Detect

0.000Air Blank 20:04

Data Download Date/Time: 07/24/2019 19:04

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:4507/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

19:48

FHP Troop C

HERNANDEZ,ALAIN

11/15/2021

1048227

FHP Troop C

HERNANDEZ,ALAIN,

PEDRO

06/27/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.078Control Test 20:06

0.000Air Blank 20:06

# 1 0.209Subject Sample 20:07

2.675Breath Volume 20:07

0.000Air Blank 20:08

0.000Air Blank 20:09

# 2 0.223Subject Sample 20:10

1.425Breath Volume 20:10

0.000Air Blank 20:10

0.078Control Test 20:11

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 07/24/2019 19:04

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:0407/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:07

FHP Troop C

HERNANDEZ,ALAIN

11/15/2021

1048227

FHP Troop C

HERNANDEZ,ALAIN,

SIMON SABANILLA

07/24/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:27

0.077Control Test 21:27

0.000Air Blank 21:27

# 1 0.188Subject Sample 21:28

2.148Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:30

# 2 0.199Subject Sample 21:31

2.101Breath Volume 21:31

0.000Air Blank 21:32

0.078Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:33

Data Download Date/Time: 08/29/2019 18:44

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:3407/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:12

21:12

FFWCC (SOUTH A)

GOMEZ,RUBEN

07/24/2020

814181

FFWCC (SOUTH A)

COSCULLUELA,BRYAN,M

PERRY

06/28/2019

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

Air Blank 22:22 Purge Fail

0.000Air Blank 22:22

Data Download Date/Time: 07/31/2019 09:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:0007/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:12

21:12

FFWCC (SOUTH A)

GOMEZ,RUBEN

07/24/2020

814181

FFWCC (SOUTH A)

COSCULLUELA,BRYAN,M

PERRY

06/28/2019

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.079Control Test 22:25

0.000Air Blank 22:25

# 1 0.125Subject Sample 22:26

2.089Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:28

# 2 0.138Subject Sample 22:29

2.640Breath Volume 22:29

0.000Air Blank 22:30

0.077Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:31

Data Download Date/Time: 07/31/2019 09:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:4607/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

23:00

MIAMI BEACH PD

YANEZ,RANDY

07/24/2020

814181

FFWCC (SOUTH A)

PAIGE,LEON,I

SANTOS-NIEVES

06/28/2019

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

# 1 0.114Subject Sample 23:47

2.085Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:49

# 2 0.116Subject Sample 23:50

2.718Breath Volume 23:50

0.000Air Blank 23:50

0.079Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 07/31/2019 09:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:1207/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:30

19:28

FFWCC (SOUTH A)

SAMPLE,CARSON

07/24/2020

814181

FFWCC (SOUTH A)

COSCULLUELA,BRYAN,M

CEPERO

06/28/2019

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:13

0.080Control Test 20:14

0.000Air Blank 20:14

# 1Subject Sample 20:14 Subject Test Refused

0.000Breath Volume 20:14

0.000Air Blank 20:15

0.079Control Test 20:15

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 07/31/2019 09:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:3207/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:39

20:03

MIAMI BEACH PD

CATALANO,BRANDON

07/24/2020

814181

FFWCC (SOUTH A)

CABANAS,ROBERT,

QUINTERO

06/28/2019

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:30

# 1 0.000Subject Sample 21:31

3.273Breath Volume 21:31

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.000Subject Sample 21:34

4.046Breath Volume 21:34

0.000Air Blank 21:34

0.077Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 07/31/2019 09:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:4407/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:26

16:26

MIAMI BEACH PD

SAAVEDRA,OSCAR

07/24/2020

814181

FFWCC (SOUTH A)

ELMORE,PHILIP,R

GARCIA-CASAS

06/28/2019

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:46

0.079Control Test 17:46

0.000Air Blank 17:47

# 1Subject Sample 17:47 Subject Test Refused

0.000Breath Volume 17:47

0.000Air Blank 17:47

0.080Control Test 17:48

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 07/31/2019 09:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006085CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:01:0107/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:08

16:08

FFWCC (SOUTH A)

CARTAYA,GUILLERMO

07/24/2020

814181

FFWCC (SOUTH A)

CARTAYA,GUILLERMO,

MORALES

06/28/2019

8100.27

US COAST GUARD MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:57

0.000Air Blank 16:57

0.080Control Test 16:57

0.000Air Blank 16:58

# 1Subject Sample 16:59 Subject Test Refused

0.000Breath Volume 16:59

0.000Air Blank 17:00

0.080Control Test 17:00

0.000Air Blank 17:00

OKDiagnostics Check 17:01

Data Download Date/Time: 07/31/2019 09:57

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:3407/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:28

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

STARLING

06/24/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:38

# 1 0.103Subject Sample 23:41 Volume Not Met

0.000Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2Subject Sample 23:44 Subject Test Refused

0.000Breath Volume 23:44

0.000Air Blank 23:44

0.076Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 07/30/2019 18:18

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4807/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:59

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

PEDRO DOMINGO

06/24/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.078Control Test 23:10

0.000Air Blank 23:11

# 1 0.169Subject Sample 23:12

1.351Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.177Subject Sample 23:16

1.281Breath Volume 23:16

0.000Air Blank 23:16

0.076Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 07/30/2019 18:18

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:2107/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

16:03

Martin County SO

BRADY,REBECCA

05/05/2020

05218080A4

Martin County SO

BRADY,REBECCA,A

FULLER

06/24/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:58

0.078Control Test 19:58

0.000Air Blank 19:59

# 1 0.231Subject Sample 20:01

2.164Breath Volume 20:01

Air Blank 20:01 RFI Detect

0.000Air Blank 20:02

0.079Control Test 20:02

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 07/30/2019 18:18

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:0407/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

16:03

Martin County SO

BRADY,REBECCA

05/05/2020

05218080A4

Martin County SO

BRADY,REBECCA,A

FULLER

06/24/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.077Control Test 20:17

0.000Air Blank 20:17

# 1 0.221Subject Sample 20:18

2.902Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:20

# 2 0.185Subject Sample 20:21

1.992Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:23

# 3 0.215Subject Sample 20:24

3.351Breath Volume 20:24

0.000Air Blank 20:25

0.074Control Test 20:25 Control Outside Tolerance

0.000Air Blank 20:26

Data Download Date/Time: 07/30/2019 18:18

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:2307/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

16:03

Martin County SO

BRADY,REBECCA

05/05/2020

05218080A4

Martin County SO

BRADY,REBECCA,A

FULLER

06/24/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.077Control Test 20:28

0.000Air Blank 20:29

# 1 0.202Subject Sample 20:29

2.199Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.208Subject Sample 20:32

2.281Breath Volume 20:32

0.000Air Blank 20:33

0.077Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 07/30/2019 18:18

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:5007/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

02:20

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

TOMAS

06/24/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.078Control Test 02:31

0.000Air Blank 02:31

# 1 0.137Subject Sample 02:33

1.933Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.131Subject Sample 02:36

1.664Breath Volume 02:36

0.000Air Blank 02:36

0.076Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 07/30/2019 18:18

08 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.


