
80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:2610/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

22:31

CCA Citrus

BASS,J

04/05/2022

05620080A2

Citrus County SO

CASON,CHRISTOPHER,N

QUAYLE

10/02/2020

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.078Control Test 00:36

0.000Air Blank 00:36

# 1Subject Sample 00:37 Subject Test Refused

0.000Breath Volume 00:37

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 12/11/2020 13:31

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:4310/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

15:24

CCA Citrus

BARD,J

04/05/2022

05620080A2

FHP Troop C

BOWERMASTER,MARY,E

YOUNGLOVE

10/08/2020

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:40

0.000Air Blank 16:41

0.077Control Test 16:41

0.000Air Blank 16:41

# 1 0.229Subject Sample 16:42

2.136Breath Volume 16:42

0.000Air Blank 16:42

0.000Air Blank 16:44

# 2 0.239Subject Sample 16:45

2.703Breath Volume 16:45

0.000Air Blank 16:45

0.077Control Test 16:46

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 12/11/2020 13:31

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:3710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:27

CCA Citrus

FAGOUSEH,A

04/05/2022

05620080A2

Citrus County SO

BARRETT,CHASE,A

CAPODICI

10/08/2020

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:09

# 1Subject Sample 03:09 Subject Test Refused

0.000Breath Volume 03:09

0.000Air Blank 03:09

0.078Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 12/11/2020 13:31

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0910/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:24

FHP Troop C

DAVENPORT,JOSHUA

04/05/2022

05620080A2

FHP Troop C

DAVENPORT,JOSHUA,J

SHOMER

10/08/2020

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.077Control Test 03:26

0.000Air Blank 03:26

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/11/2020 13:31

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:5910/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:44

FHP Troop B

ADKINS,MICHAEL

10/05/2021

22419080A2

Alachua County SO

CABRAL,JONATHAN,M

ABOLD

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.080Control Test 23:25

0.000Air Blank 23:25

# 1 0.271Subject Sample 23:26

1.125Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:28

# 2 0.251Subject Sample 23:29

1.375Breath Volume 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:3510/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:47

15:14

Alachua County SO

SALTER,ROBERT

10/05/2021

22419080A2

Alachua PD

TELLE,MADDISON,J

ASHLEY

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:14

0.079Control Test 19:15

0.000Air Blank 19:15

# 1 0.105Subject Sample 19:16

1.734Breath Volume 19:16

0.000Air Blank 19:16

0.000Air Blank 19:18

# 2 0.105Subject Sample 19:19

1.488Breath Volume 19:19

0.000Air Blank 19:19

0.079Control Test 19:19

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:33:3510/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:55

13:03

FHP Troop B

MASH,EARL

10/05/2021

22419080A2

FHP Troop B

MASH,EARL,C

PERRYMAN

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:26

0.000Air Blank 14:27

0.080Control Test 14:27

0.000Air Blank 14:28

# 1 0.000Subject Sample 14:29

2.050Breath Volume 14:29

0.000Air Blank 14:29

0.000Air Blank 14:31

# 2 0.000Subject Sample 14:32

1.531Breath Volume 14:32

0.000Air Blank 14:32

0.079Control Test 14:32

0.000Air Blank 14:33

OKDiagnostics Check 14:33

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:0910/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:10

Alachua County SO

PARSONS,TRAVIS

10/05/2021

22419080A2

Alachua County SO

MYERS,BENJAMIN,P

SLEBODNNIK

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.082Control Test 02:33

0.000Air Blank 02:33

# 1 0.063Subject Sample 02:34

3.343Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.074Subject Sample 02:37

2.058Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:1210/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:18

FHP Troop B

GONZALEZ,KAITLIN

10/05/2021

22419080A2

FHP Troop B

MURPHY,JAVON,D

WOODARD

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:39

0.000Air Blank 18:39

0.079Control Test 18:40

0.000Air Blank 18:40

# 1Subject Sample 18:43 No Sample Provided

0.000Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2Subject Sample 18:46 Subject Test Refused

0.000Breath Volume 18:46

0.000Air Blank 18:47

0.079Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2110/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:52

FHP Troop B

CABRAL,JONATHAN

10/05/2021

22419080A2

FHP Troop B

CABRAL,JONATHAN,M

BLIVEN

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.158Subject Sample 01:25 Volume Not Met

0.015Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2Subject Sample 01:30 No Sample Provided

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:4710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:49

Alachua County SO

MCVEIGH,TREVOR

10/05/2021

22419080A2

Alachua PD

TELLE,MADDISON,J

DUARTE

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

# 1 0.291Subject Sample 02:49

1.792Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.288Subject Sample 02:54

1.402Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2810/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:47

Alachua County SO

CREWS,MICHAEL

10/05/2021

22419080A2

Alachua County SO

DEPETE,RYAN,R

JOHNSON

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0210/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:28

Gainesville PD

MCVEIGH,TREVOR

10/05/2021

22419080A2

Alachua PD

STEMEN,AARON,M

NIZ NIZ

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:59

# 1 0.168Subject Sample 03:00

2.753Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.166Subject Sample 03:03

3.039Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:05

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:22:3210/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:45

12:37

FHP Troop B

MASH,EARL

10/05/2021

22419080A2

FHP Troop B

MASH,EARL,C

MIDDLETON

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:19

0.000Air Blank 14:20

0.080Control Test 14:20

0.000Air Blank 14:20

# 1Subject Sample 14:21 Subject Test Refused

0.000Breath Volume 14:21

0.000Air Blank 14:21

0.080Control Test 14:21

0.000Air Blank 14:22

OKDiagnostics Check 14:22

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2110/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:31

FHP Troop B

STANFIELD,THOMAS

10/05/2021

22419080A2

Alachua PD

ALVAREZ,ROBERTO,A

ELLIS

10/01/2020

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

# 1 0.029Subject Sample 00:43

2.042Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.029Subject Sample 00:46

1.839Breath Volume 00:46

0.000Air Blank 00:47

0.078Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 11/16/2020 13:53

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:4010/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:20

Okaloosa County SO

SAVOIE,COLIN

07/25/2021

989917

Okaloosa County SO

HAMILTON,JOSHUA,A

COLLIER

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:02

# 1Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:03

0.080Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:2610/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:24

Okaloosa County SO

LANGER,MATT

07/25/2021

989917

Okaloosa County SO

HAMILTON,JOSHUA,A

PHILLIPS

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.078Control Test 02:06

0.000Air Blank 02:06

# 1 0.000Subject Sample 02:07

2.292Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.000Subject Sample 02:10

4.265Breath Volume 02:10

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2310/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:50

Okaloosa County SO

LANGER,MATTHEW

07/25/2021

989917

Okaloosa County SO

MORENO,WESTON,C

GRIGGS

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:40

0.081Control Test 22:40

0.000Air Blank 22:40

# 1 0.055Subject Sample 22:41

2.054Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:43

# 2 0.052Subject Sample 22:44

2.164Breath Volume 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4810/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:20

Okaloosa County SO

LANGER,MATTHEW

07/25/2021

989917

Okaloosa County SO

MORENO,WESTON,C

JOHNSON

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

# 1 0.007Subject Sample 00:12

2.691Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.000Subject Sample 00:15

2.960Breath Volume 00:15

0.000Air Blank 00:15

0.078Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4510/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:00

Okaloosa County SO

LANGER,MATTHEW

07/25/2021

989917

Okaloosa County SO

MORENO,WESTON,C

HALSTEAD

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

# 1 0.000Subject Sample 04:42

3.011Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.000Subject Sample 04:45

3.136Breath Volume 04:45

0.000Air Blank 04:45

0.078Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4110/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:51

Okaloosa County SO

DUS,CHRISTINA

07/25/2021

989917

Okaloosa County SO

DUS,CHRISTINA,J

STEELE

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.079Control Test 02:28

0.000Air Blank 02:28

# 1 0.138Subject Sample 02:29

3.046Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.134Subject Sample 02:32

2.742Breath Volume 02:32

0.000Air Blank 02:32

0.074Control Test 02:33 Control Outside Tolerance

0.000Air Blank 02:33

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:4710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:15

Okaloosa County SO

DUS,CHRISTINA

07/25/2021

989917

Okaloosa County SO

DUS,CHRISTINA,J

MACK

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

# 1 0.171Subject Sample 04:01

2.011Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.171Subject Sample 04:04

1.941Breath Volume 04:04

0.000Air Blank 04:04

0.079Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:4010/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:21

Okaloosa County SO

LANGER,MATT

07/25/2021

989917

Okaloosa County SO

HAMILTON,JOSHUA,A

ROBLES PEREZ

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

# 1 0.038Subject Sample 23:56

3.218Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.032Subject Sample 23:59

2.089Breath Volume 23:59

0.000Air Blank 23:59

0.079Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:2310/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:26

Okaloosa County SO

LANGER,MATT

07/25/2021

989917

Okaloosa County SO

HAMILTON,JOSHUA,A

KENDRICK

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.080Control Test 00:47

0.000Air Blank 00:47

# 1 0.121Subject Sample 00:48

1.589Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.131Subject Sample 00:51

1.406Breath Volume 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

01:08

Okaloosa County SO

LANGER,MATT

07/25/2021

989917

Okaloosa County SO

HAMILTON,JOSHUA,A

KENDRICK

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

# 1 0.000Subject Sample 01:30

1.242Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:33

1.953Breath Volume 01:33

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:2710/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:09

Okaloosa County SO

LANGER,MATT

07/25/2021

989917

Okaloosa County SO

HAMILTON,JOSHUA,A

FITZPATRICK

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:48

0.000Air Blank 00:48

# 1 0.000Subject Sample 00:49

4.871Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.000Subject Sample 00:52

2.484Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:4110/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:59

Okaloosa County SO

DUS,CHRISTINA

07/25/2021

989917

Okaloosa County SO

DUS,CHRISTINA,J

RANKIN

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.081Control Test 23:51

0.000Air Blank 23:52

# 1 0.000Subject Sample 23:52

1.574Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.000Subject Sample 23:55

1.378Breath Volume 23:55

0.000Air Blank 23:55

0.080Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:5910/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

01:04

Okaloosa County SO

LANGER,MATT

07/25/2021

989917

Okaloosa County SO

HAMILTON,JOSHUA,A

FITZGERALD

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

# 1 0.194Subject Sample 01:39

2.335Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:4510/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:03

Okaloosa County SO

EDMONDS,JOHN

07/25/2021

989917

Okaloosa County SO

PITMAN,AARON,J

FREEMAN

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.081Control Test 23:51

0.000Air Blank 23:51

# 1Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:52

0.080Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:4210/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:15

Okaloosa County SO

DOWDY,JEREMY

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

DIAZ GARCIA

09/28/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

# 1Subject Sample 23:56 Subject Test Refused

0.000Breath Volume 23:56

0.000Air Blank 23:56

0.080Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 10/26/2020 11:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:0410/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:57

FHP Troop A

COOK,RUSSELL

07/25/2021

989917

FHP Troop A

COOK,RUSSELL,L

HALLER

10/26/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:51

# 1 0.176Subject Sample 22:52

3.867Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:54

# 2 0.177Subject Sample 22:55

2.078Breath Volume 22:55

0.000Air Blank 22:56

0.077Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:57

Data Download Date/Time: 11/30/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:29:5210/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:03

07:21

FHP Troop A

WALLEN,JUSTIN

07/25/2021

989917

FHP Troop A

WALLEN,JUSTIN,R

GILMORE

10/26/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:23

0.000Air Blank 08:24

0.080Control Test 08:24

0.000Air Blank 08:25

# 1 0.000Subject Sample 08:25

2.359Breath Volume 08:25

0.000Air Blank 08:26

0.000Air Blank 08:28

# 2 0.000Subject Sample 08:28

2.671Breath Volume 08:28

0.000Air Blank 08:28

0.081Control Test 08:29

0.000Air Blank 08:29

OKDiagnostics Check 08:29

Data Download Date/Time: 11/30/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:0810/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:29

FHP Troop A

ANDREW,MATTHEW

07/25/2021

989917

FHP Troop A

ANDREW,MATTHEW,A

DUNN

10/26/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:06

0.000Air Blank 18:06

0.080Control Test 18:07

0.000Air Blank 18:07

# 1 0.216Subject Sample 18:09

1.859Breath Volume 18:09

0.000Air Blank 18:09

0.000Air Blank 18:11

# 2 0.199Subject Sample 18:12

1.910Breath Volume 18:12

0.000Air Blank 18:13

0.079Control Test 18:13

0.000Air Blank 18:14

OKDiagnostics Check 18:14

Data Download Date/Time: 11/30/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:27

Valparaiso PD

SWENSON,BRIAN

09/20/2022

1206004

Ft. Walton Beach PD

ADAMS,ALLISON,T

LINK

09/21/2020

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.078Control Test 03:58

0.000Air Blank 03:58

# 1 0.197Subject Sample 03:59

3.511Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.201Subject Sample 04:02

3.671Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 10/27/2020 09:55

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:3010/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:11

FHP Troop A

NABULSI,T

11/13/2021

1045940

FHP Troop A

NABULSI,T,

ALDERMAN

09/14/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.082Control Test 02:21

0.000Air Blank 02:22

# 1 0.131Subject Sample 02:23

1.468Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:25

# 2 0.122Subject Sample 02:26

1.339Breath Volume 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 10/13/2020 14:18

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:5510/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:51

Escambia County SO

BAISE,KIRSTYN

11/13/2021

1045940

Escambia County SO

GAYDON,JEFFERSON,W

GOLIGHTLY

09/14/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

Air Blank 05:30 Ambient Fail

0.000Air Blank 05:30

Data Download Date/Time: 10/13/2020 14:18

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:5310/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:51

Escambia County SO

BAISE,KIRSTYN

11/13/2021

1045940

Escambia County SO

GAYDON,JEFFERSON,

GOLIGHTLY

09/14/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.082Control Test 05:34

0.000Air Blank 05:35

# 1Subject Sample 05:37 Sequence Aborted

0.246Breath Volume 05:37

0.000Air Blank 05:37

Data Download Date/Time: 10/13/2020 14:18

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:1310/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:51

Escambia County SO

BAISE,KIRSTYN

11/13/2021

1045940

Escambia County SO

GAYDON,JEFFERSON,W

GOLIGHTLY

09/14/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.079Control Test 05:40

0.000Air Blank 05:41

# 1 0.148Subject Sample 05:41

1.656Breath Volume 05:41

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.160Subject Sample 05:44

1.664Breath Volume 05:44

0.000Air Blank 05:45

0.081Control Test 05:45

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 10/13/2020 14:18

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:5810/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:14

FHP Troop A

WALLEN,JUSTIN

11/13/2021

1045940

FHP Troop A

WALLEN,JUSTIN,R

ANDERSON

09/14/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.083Control Test 00:56

0.000Air Blank 00:56

# 1 0.156Subject Sample 00:57

1.476Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.162Subject Sample 01:00

1.992Breath Volume 01:00

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 10/13/2020 14:18

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:2510/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:22

FHP Troop A

GOODIN-THOMPSON,HEATHE

11/13/2021

1045940

Escambia County SO

MARCUM,JOSEPH,K

HALLOWAY

09/14/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.083Control Test 21:24

0.000Air Blank 21:25

# 1 0.198Subject Sample 21:26

1.843Breath Volume 21:26

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.224Subject Sample 21:28

1.671Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:31

# 3 0.221Subject Sample 21:31

2.996Breath Volume 21:31

0.000Air Blank 21:32

0.082Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 10/13/2020 14:18

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0310/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:00

FHP Troop A

WALLEN,JUSTIN

11/13/2021

1045940

FHP Troop A

WALLEN,JUSTIN,R

HAINES

09/14/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.083Control Test 02:39

0.000Air Blank 02:40

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:41

0.082Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:42

Data Download Date/Time: 10/13/2020 14:18

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0610/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:46

FHP Troop A

REGALADO,JORGE

11/13/2021

1045940

FHP Troop A

REGALADO,JORGE,I

HILL

10/12/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:37

# 1 0.252Subject Sample 01:37

1.964Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.253Subject Sample 01:40

2.046Breath Volume 01:40

0.000Air Blank 01:41

0.082Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 10/13/2020 14:18

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:56:3310/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

07:17

FHP Troop A

MESTEK,JOHN

11/13/2021

1045940

FHP Troop A

MESTEK,JOHN,A

LANHAM

10/12/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:50

0.000Air Blank 07:50

0.083Control Test 07:51

0.000Air Blank 07:51

# 1 0.138Subject Sample 07:52

2.882Breath Volume 07:52

0.000Air Blank 07:52

0.000Air Blank 07:54

# 2 0.140Subject Sample 07:55

3.578Breath Volume 07:55

0.000Air Blank 07:55

0.081Control Test 07:55

0.000Air Blank 07:56

OKDiagnostics Check 07:56

Data Download Date/Time: 11/10/2020 19:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:0610/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:45

FHP Troop A

SAMPSON,DAVID

11/13/2021

1045940

FHP Troop A

LYNCH,CHAD,J

FOSTER

10/12/2020

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:47

0.000Air Blank 19:47

0.084Control Test 19:47

0.000Air Blank 19:48

# 1 0.065Subject Sample 19:48

1.136Breath Volume 19:48

0.000Air Blank 19:49

0.000Air Blank 19:51

# 2 0.063Subject Sample 19:51

1.441Breath Volume 19:51

0.000Air Blank 19:52

0.083Control Test 19:52

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 11/10/2020 19:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:0710/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

19:30

Live Oak PD

LUCKETTE,J

03/05/2022

04120080A1

Live Oak PD

CRAIG,SHAWN,

LICOURT

09/10/2020

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:59

0.078Control Test 19:59

0.000Air Blank 20:00

# 1 0.302Subject Sample 20:01

2.246Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:03

# 2 0.300Subject Sample 20:04

1.906Breath Volume 20:04

0.000Air Blank 20:05

0.076Control Test 20:05

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 11/09/2020 10:48

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

01:00

Live Oak PD

GUTSHALL,NICHOLAS

03/05/2022

04120080A1

Live Oak PD

GUTSHALL,NICHOLAS,R

CLENDENIN

09/10/2020

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

# 1 0.262Subject Sample 01:22

1.335Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.271Subject Sample 01:28 Volume Not Met

0.707Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:30

# 3 0.241Subject Sample 01:31

1.199Breath Volume 01:31

0.000Air Blank 01:32

0.072Control Test 01:33 Control Outside Tolerance

0.000Air Blank 01:33

Data Download Date/Time: 11/09/2020 10:48

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:3110/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:11

Suwannee County SO

DEAS,ALFRED

03/05/2022

04120080A1

Suwannee County SO

DEAS,ALFRED,A

DOBSON

09/10/2020

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

# 1 0.000Subject Sample 00:53 Volume Not Met

0.000Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2Subject Sample 00:58 No Sample Provided

0.000Breath Volume 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 11/09/2020 10:48

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:1410/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

23:09

Live Oak PD

WAGNER,DUSTIN

03/05/2022

04120080A1

Live Oak PD

WAGNER,DUSTIN,R

ALLEN

09/10/2020

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

# 1 0.255Subject Sample 23:32

2.968Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.248Subject Sample 23:35

3.105Breath Volume 23:35

0.000Air Blank 23:36

0.078Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 11/09/2020 10:48

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:1210/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:13

Live Oak PD

NICHOLSON,MICHAEL

03/05/2022

04120080A1

Live Oak PD

NICHOLSON,MICHAEL,L

VELASQUEZ

10/30/2020

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

# 1 0.123Subject Sample 04:40

1.980Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.116Subject Sample 04:43

3.187Breath Volume 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 11/09/2020 10:48

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:59:4110/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:33

13:59

Santa Rosa County SO

SPENCER,RAYMOND

07/15/2023

1349789

Santa Rosa County SO

SPENCER,RAYMOND,L

VAN MATRE

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:53

0.000Air Blank 14:53

0.084Control Test 14:54

0.000Air Blank 14:54

# 1 0.000Subject Sample 14:55

2.136Breath Volume 14:55

0.000Air Blank 14:55

0.000Air Blank 14:57

# 2 0.000Subject Sample 14:58

2.027Breath Volume 14:58

0.000Air Blank 14:58

0.084Control Test 14:59

0.000Air Blank 14:59

OKDiagnostics Check 14:59

Data Download Date/Time: 10/02/2020 12:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:0610/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:06

Santa Rosa County SO

KESSINGER,B

07/15/2023

1349789

Santa Rosa County SO

SPENCER,RAYMOND,L

DRISCOLL

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.084Control Test 23:49

0.000Air Blank 23:50

# 1 0.111Subject Sample 23:52

1.628Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:54

# 2 0.121Subject Sample 23:55

1.492Breath Volume 23:55

0.000Air Blank 23:56

0.084Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:3810/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:32

Santa Rosa County SO

FORSMAN,MICHAEL

07/15/2023

1349789

Santa Rosa County SO

FORSMAN,MICHAEL,S

JONES

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.084Control Test 02:47

0.000Air Blank 02:47

# 1 0.106Subject Sample 02:48

4.042Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.102Subject Sample 02:51

4.414Breath Volume 02:51

0.000Air Blank 02:51

0.083Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:03:4010/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:39

07:03

Santa Rosa County SO

MCDANIEL,ALEX

07/15/2023

1349789

Santa Rosa County SO

DANIELS,DAVID,C

TRAPANI

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:00

0.000Air Blank 08:01

0.084Control Test 08:01

0.000Air Blank 08:02

# 1Subject Sample 08:02 Subject Test Refused

0.000Breath Volume 08:02

0.000Air Blank 08:02

0.084Control Test 08:03

0.000Air Blank 08:03

OKDiagnostics Check 08:03

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:1210/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:39

Santa Rosa County SO

AVERY,BAYLEE

07/15/2023

1349789

Santa Rosa County SO

AVERY,BAYLEE,K

HOLDER

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:17

0.084Control Test 20:17

0.000Air Blank 20:18

# 1Subject Sample 20:21 No Sample Provided

0.000Breath Volume 20:21

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.166Subject Sample 20:26

1.117Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 3 0.149Subject Sample 20:32 Volume Not Met

0.492Breath Volume 20:32

0.000Air Blank 20:33

0.082Control Test 20:33

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:3710/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:39

Santa Rosa County SO

AVERY,BAYLEE

07/15/2023

1349789

Santa Rosa County SO

AVERY,BAYLEE,K

HOLDER

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.082Control Test 20:38

0.000Air Blank 20:39

# 1 0.169Subject Sample 20:40

1.476Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2Subject Sample 20:46 No Sample Provided

0.000Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:49

# 3Subject Sample 20:52 No Sample Provided

0.000Breath Volume 20:52

0.000Air Blank 20:52

0.083Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:5110/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:51

FHP Troop A

MESTEK,JOHN

07/15/2023

1349789

FHP Troop A

MESTEK,JOHN,A

MCGIRT

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:42

0.084Control Test 21:42

0.000Air Blank 21:43

# 1 0.025Subject Sample 21:43

3.941Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:45

# 2 0.024Subject Sample 21:46

3.324Breath Volume 21:46

0.000Air Blank 21:46

0.083Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:58:1810/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:30

07:44

Santa Rosa County SO

GOUGH,AARON

07/15/2023

200343

Santa Rosa County SO

GOUGH,AARON,S

JONES

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:50

0.000Air Blank 08:51

0.084Control Test 08:51

0.000Air Blank 08:52

# 1 0.000Subject Sample 08:52

1.933Breath Volume 08:52

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.000Subject Sample 08:56

3.546Breath Volume 08:56

0.000Air Blank 08:57

0.084Control Test 08:57

0.000Air Blank 08:58

OKDiagnostics Check 08:58

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:4710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

03:57

Santa Rosa County SO

ELENZ,TIMOTHY

07/15/2023

1349789

Santa Rosa County SO

ROBINS,JERRY,M

SMEDLEY

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.084Control Test 05:17

0.000Air Blank 05:17

# 1 0.211Subject Sample 05:18

1.921Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:20

# 2 0.203Subject Sample 05:21

1.890Breath Volume 05:21

0.000Air Blank 05:21

0.083Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:1210/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

01:26

FHP Troop A

JONES,KEITH

07/15/2023

1349789

FHP Troop A

JONES,KEITH,P

LUDEKE

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:48

0.000Air Blank 05:49

0.084Control Test 05:49

0.000Air Blank 05:50

# 1 0.073Subject Sample 05:50

1.652Breath Volume 05:50

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.072Subject Sample 05:53

1.453Breath Volume 05:53

0.000Air Blank 05:54

0.084Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:1710/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

16:23

FHP Troop A

LOPEZ,CARLOS

07/15/2023

1349789

FHP Troop A

LOPEZ,CARLOS,M

COTTEN

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.083Control Test 19:01

0.000Air Blank 19:02

# 1Subject Sample 19:02 Subject Test Refused

0.000Breath Volume 19:02

0.000Air Blank 19:03

0.085Control Test 19:03

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:4410/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:12

Santa Rosa County SO

SPENCER,RAYMOND

07/15/2023

1349789

Santa Rosa County SO

SPENCER,RAYMOND,L

MAHL

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.083Control Test 00:59

0.000Air Blank 01:00

# 1Subject Sample 01:01 Subject Test Refused

0.000Breath Volume 01:01

0.000Air Blank 01:01

0.084Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:1110/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:05

Santa Rosa County SO

STEPHENSON,PATRICK

07/15/2023

1349789

Santa Rosa County SO

STEPHENSON,PATRICK,W

JENKINS

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.084Control Test 22:53

0.000Air Blank 22:54

# 1 0.094Subject Sample 22:55

2.128Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:57

# 2 0.094Subject Sample 22:58

2.277Breath Volume 22:58

0.000Air Blank 22:59

0.084Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:5510/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:40

Santa Rosa County SO

VILLHARD,JOSHUA

07/15/2023

1349789

Santa Rosa County SO

MUNDT,DAVID,L

WARD

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.084Control Test 02:16

0.000Air Blank 02:17

# 1 0.157Subject Sample 02:17

2.285Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.152Subject Sample 02:21

1.714Breath Volume 02:21

0.000Air Blank 02:22

0.083Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:5110/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

18:19

Santa Rosa County SO

SPENCER,RAYMOND

07/15/2023

1349789

Santa Rosa County SO

SPENCER,RAYMOND,L

HAYNES

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.084Control Test 19:39

0.000Air Blank 19:40

# 1 0.205Subject Sample 19:43 Volume Not Met

0.363Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.233Subject Sample 19:47

1.613Breath Volume 19:47

0.000Air Blank 19:47

0.000Air Blank 19:49

# 3 0.222Subject Sample 19:50

1.312Breath Volume 19:50

0.000Air Blank 19:50

0.081Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:4710/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:01

Santa Rosa County SO

BOYD,J

07/15/2023

1349789

Santa Rosa County SO

BOYD,J,J

ANGLIN

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.083Control Test 20:08

0.000Air Blank 20:08

# 1Subject Sample 20:11 No Sample Provided

0.000Breath Volume 20:11

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2Subject Sample 20:17 No Sample Provided

0.000Breath Volume 20:17

0.000Air Blank 20:17

0.084Control Test 20:18

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:3510/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:00

Santa Rosa County SO

WEAVER,COREY

07/15/2023

1349789

Santa Rosa County SO

WEAVER,COREY,R

LOCKE

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:43

0.085Control Test 05:43

0.000Air Blank 05:44

# 1Subject Sample 05:44 Subject Test Refused

0.000Breath Volume 05:44

0.000Air Blank 05:44

0.084Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:52:0610/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:22

07:44

Santa Rosa County SO

SAMPSON,DAVID

07/15/2023

1349789

FHP Troop A

HOWARD,HAYLEY,B

HOWARD

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:48

0.000Air Blank 08:48

0.085Control Test 08:49

0.000Air Blank 08:49

# 1Subject Sample 08:50 Subject Test Refused

0.000Breath Volume 08:50

0.000Air Blank 08:51

0.084Control Test 08:51

0.000Air Blank 08:52

OKDiagnostics Check 08:52

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:1210/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:56

Santa Rosa County SO

GOLDEN,RYAN

07/15/2023

1349789

Santa Rosa County SO

GOLDEN,RYAN,L

BARNES

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.084Control Test 03:41

0.000Air Blank 03:42

# 1Subject Sample 03:42 Subject Test Refused

0.000Breath Volume 03:42

0.000Air Blank 03:43

0.084Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:06:4810/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:34

14:03

Santa Rosa County SO

CRAWFORD,WILLIAM

07/15/2023

1349789

Santa Rosa County SO

HOWTON,CARSON,H

SCHAFFER

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:59

0.000Air Blank 15:00

0.085Control Test 15:00

0.000Air Blank 15:01

# 1 0.000Subject Sample 15:02

1.121Breath Volume 15:02

0.000Air Blank 15:02

0.000Air Blank 15:04

# 2 0.000Subject Sample 15:05

1.320Breath Volume 15:05

0.000Air Blank 15:05

0.084Control Test 15:06

0.000Air Blank 15:06

OKDiagnostics Check 15:06

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:0510/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:05

Santa Rosa County SO

AVERY,BAYLEE

07/15/2023

1349789

Santa Rosa County SO

AVERY,BAYLEE,K

GREENE

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.084Control Test 00:46

0.000Air Blank 00:47

# 1Subject Sample 00:50 No Sample Provided

0.000Breath Volume 00:50

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.248Subject Sample 00:53

1.714Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:55

# 3 0.249Subject Sample 00:56

1.707Breath Volume 00:56

0.000Air Blank 00:57

0.083Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:58

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:1610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:29

Santa Rosa County SO

LYNN,JAMISON

07/15/2023

1349789

Santa Rosa County SO

LYNN,JAMISON,C

IRWIN

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.085Control Test 22:30

0.000Air Blank 22:30

# 1 0.116Subject Sample 22:32

2.714Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.114Subject Sample 22:35

2.667Breath Volume 22:35

0.000Air Blank 22:36

0.083Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:4310/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

01:40

Santa Rosa County SO

ELENZ,TIMOTHY

07/15/2023

1349789

Santa Rosa County SO

AVERA,DANTE,E

STEWART

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.084Control Test 02:55

0.000Air Blank 02:56

# 1 0.000Subject Sample 02:57

2.074Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.000Subject Sample 03:00

3.332Breath Volume 03:00

0.000Air Blank 03:00

0.084Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2810/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

23:50

Santa Rosa County SO

TOWNSEND,CHARLES

07/15/2023

1349789

Santa Rosa County SO

TOWNSEND,CHARLES,E

MITCHELL

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.084Control Test 01:32

0.000Air Blank 01:33

# 1 0.145Subject Sample 01:35

2.441Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.166Subject Sample 01:38

3.031Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 3 0.159Subject Sample 01:41

2.773Breath Volume 01:41

0.000Air Blank 01:42

0.082Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:1310/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

04:10

Santa Rosa County SO

ROBINS,JERRY

07/15/2023

1349789

Santa Rosa County SO

ROBINS,JERRY,M

LUKER

09/29/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:26

0.000Air Blank 05:27

0.084Control Test 05:27

0.000Air Blank 05:28

# 1Subject Sample 05:31 No Sample Provided

0.000Breath Volume 05:31

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2Subject Sample 05:36 No Sample Provided

0.000Breath Volume 05:36

0.000Air Blank 05:37

0.084Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 11/04/2020 15:10

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000776CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:5410/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

19:52

Lafayette County SO

ZIRKLE,ROBERT

03/05/2021

00919080A2

Lafayette County SO

NEGRETTE,JOAN,P

ZAYAS

09/10/2020

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.081Control Test 21:03

0.000Air Blank 21:03

# 1 0.058Subject Sample 21:05

3.324Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.051Subject Sample 21:09

1.585Breath Volume 21:09

0.000Air Blank 21:10

0.081Control Test 21:10

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 10/21/2020 15:07

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000776CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:37:2710/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

14:45

FHP Troop B

ADKINS,JAKE

03/05/2021

00919080A2

FHP Troop B

ADKINS,JAKE,M

HARRIS

09/10/2020

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:31

0.000Air Blank 15:31

0.080Control Test 15:31

0.000Air Blank 15:32

# 1 0.099Subject Sample 15:33

1.730Breath Volume 15:33

0.000Air Blank 15:33

0.000Air Blank 15:35

# 2 0.103Subject Sample 15:35

1.394Breath Volume 15:35

0.000Air Blank 15:36

0.079Control Test 15:36

0.000Air Blank 15:37

OKDiagnostics Check 15:37

Data Download Date/Time: 10/21/2020 15:07

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:3910/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:25

Lake City PD

RIX,A

03/05/2022

04120080A1

Columbia County SO

MILLIGAN,CONNIE,A

JOWERS

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:07

# 1 0.177Subject Sample 00:08

2.312Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.176Subject Sample 00:11

1.816Breath Volume 00:11

0.000Air Blank 00:11

0.078Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 10/06/2020 12:33

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:1910/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:55

FHP Troop B

MARTIN,DANIEL

03/05/2022

04120080A1

FHP Troop B

MARTIN,DANIEL,M

ZAYAS

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:40

0.000Air Blank 15:41

0.079Control Test 15:41

0.000Air Blank 15:42

# 1 0.018Subject Sample 15:42

2.832Breath Volume 15:42

0.000Air Blank 15:43

0.000Air Blank 15:45

# 2 0.016Subject Sample 15:45

1.722Breath Volume 15:45

0.000Air Blank 15:46

0.077Control Test 15:46

0.000Air Blank 15:47

OKDiagnostics Check 15:47

Data Download Date/Time: 10/06/2020 12:33

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:0010/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:18

Columbia County SO

FURST,DAWN

03/05/2022

04120080A1

Columbia County SO

LORTON,CORNELIUS,Q

FRIER

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.078Control Test 17:56

0.000Air Blank 17:56

# 1Subject Sample 17:57 Subject Test Refused

0.000Breath Volume 17:57

0.000Air Blank 17:58

0.079Control Test 17:58

0.000Air Blank 17:58

OKDiagnostics Check 17:59

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:4110/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:20

Columbia County SO

NASH,JAMES

03/05/2022

04120080A1

Columbia County SO

LORTON,CORNELIUS,Q

KING

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.078Control Test 21:15

0.000Air Blank 21:16

# 1Subject Sample 21:19 No Sample Provided

0.000Breath Volume 21:19

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.054Subject Sample 21:25 Volume Not Met

0.238Breath Volume 21:25

0.000Air Blank 21:25

0.079Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:1110/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:20

Columbia County SO

NASH,JAMES

03/05/2022

04120080A1

Columbia County SO

LORTON,CORNELIUS,Q

KING

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.075Control Test 21:31

0.000Air Blank 21:31

# 1 0.052Subject Sample 21:35 Volume Not Met

0.351Breath Volume 21:35

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.048Subject Sample 21:38

2.218Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 3 0.048Subject Sample 21:41

1.230Breath Volume 21:41

0.000Air Blank 21:42

0.078Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:5310/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:05

Columbia County SO

HARVEY,DAVID

03/05/2022

04120080A1

Columbia County SO

HARVEY,DAVID,A

WELLS

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.079Control Test 02:52

0.000Air Blank 02:52

# 1 0.178Subject Sample 02:53

4.273Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.170Subject Sample 02:56

3.085Breath Volume 02:56

0.000Air Blank 02:56

0.076Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:03

Columbia County SO

KERNAN,MITCHELL

03/05/2022

04120080A1

Columbia County SO

LORTON,CORNELIUS,Q

GERMAINE

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.078Control Test 02:50

0.000Air Blank 02:51

# 1 0.148Subject Sample 02:51

2.320Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.136Subject Sample 02:54

1.359Breath Volume 02:54

0.000Air Blank 02:55

0.078Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:02:1210/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:32

13:56

Columbia County SO

STEPHENS,MAURICE

03/05/2022

04120080A1

Columbia County SO

SULLIVAN,BRETT,L

DEAN

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:55

0.000Air Blank 14:56

0.078Control Test 14:56

0.000Air Blank 14:56

# 1 0.273Subject Sample 14:57

2.777Breath Volume 14:57

0.000Air Blank 14:58

0.000Air Blank 15:00

# 2 0.278Subject Sample 15:00

2.675Breath Volume 15:00

0.000Air Blank 15:01

0.077Control Test 15:01

0.000Air Blank 15:02

OKDiagnostics Check 15:02

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1710/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:13

FHP Troop B

OGLESBY,MICHAEL

03/05/2022

04120080A1

FHP Troop B

BAURES,BRANDYN,K

BURKER

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:37

# 1 0.144Subject Sample 00:37

1.714Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.145Subject Sample 00:40

2.167Breath Volume 00:40

0.000Air Blank 00:41

0.077Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:0410/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:17

16:40

FHP Troop B

MCFARLAND,MICHAEL

03/05/2022

04120080A1

FHP Troop B

MCFARLAND,MICHAEL,D

FORTSON

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:42

0.078Control Test 17:42

0.000Air Blank 17:43

# 1 0.147Subject Sample 17:46 Volume Not Met

0.070Breath Volume 17:46

0.000Air Blank 17:46

0.000Air Blank 17:48

# 2 0.153Subject Sample 17:50

1.367Breath Volume 17:50

0.000Air Blank 17:50

0.000Air Blank 17:52

# 3 0.137Subject Sample 17:55

1.949Breath Volume 17:55

0.000Air Blank 17:56

0.076Control Test 17:56

0.000Air Blank 17:56

OKDiagnostics Check 17:57

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:39:2710/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

06:28

FHP Troop B

SISTRUNK,TRENT

03/05/2022

04120080A1

FHP Troop B

SISTRUNK,TRENT,D

HUBBARD

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:31

0.000Air Blank 07:31

0.079Control Test 07:31

0.000Air Blank 07:32

# 1 0.099Subject Sample 07:35 Volume Not Met

0.156Breath Volume 07:35

0.000Air Blank 07:36

0.000Air Blank 07:37

# 2Subject Sample 07:38 Subject Test Refused

0.000Breath Volume 07:38

0.000Air Blank 07:38

0.076Control Test 07:38

0.000Air Blank 07:39

OKDiagnostics Check 07:39

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:48:4110/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

06:31

FHP Troop B

SISTRUNK,TRENT

03/05/2022

04120080A1

FHP Troop B

SISTRUNK,TRENT,D

HUBBARD

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:40

0.000Air Blank 07:41

0.078Control Test 07:41

0.000Air Blank 07:42

# 1 0.120Subject Sample 07:44

1.816Breath Volume 07:44

0.000Air Blank 07:44

0.000Air Blank 07:46

# 2 0.126Subject Sample 07:47

1.367Breath Volume 07:47

0.000Air Blank 07:47

0.076Control Test 07:48

0.000Air Blank 07:48

OKDiagnostics Check 07:48

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1410/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:33

FHP Troop B

BATES,BRIAN

03/05/2022

04120080A1

FHP Troop B

BAURES,BRANDYN,K

WILSON

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

03:11 RFI Detect

Air Blank 03:11 RFI Detect

Data Download Date/Time: 10/30/2020 09:49

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:3110/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:33

FHP Troop B

BATES,BRIAN

03/05/2022

04120080A1

FHP Troop B

BAURES,BRANDYN,K

WILSON

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

# 1 0.163Subject Sample 03:16

2.234Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.168Subject Sample 03:18

2.421Breath Volume 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:3210/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:12

FHP Troop B

BAURES,BRANDYN

03/05/2022

04120080A1

FHP Troop B

BAURES,BRANDYN,K

WHIGHAM

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.079Control Test 21:41

0.000Air Blank 21:41

# 1 0.171Subject Sample 21:42

3.628Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.175Subject Sample 21:45

2.214Breath Volume 21:45

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:5010/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:23

Columbia County SO

FURST,DAWN

03/05/2022

04120080A1

Columbia County SO

LORTON,CORNELIUS,Q

PEARCE

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.078Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:1110/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

03:49

FHP Troop B

MUSGROVE,DUSTIN

03/05/2022

04120080A1

FHP Troop B

HUGHES,ALFRED,L

ESPENSHIP

10/01/2020

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.079Control Test 05:20

0.000Air Blank 05:20

# 1 0.215Subject Sample 05:21

1.960Breath Volume 05:21

0.000Air Blank 05:22

0.000Air Blank 05:23

# 2 0.221Subject Sample 05:24

1.890Breath Volume 05:24

0.000Air Blank 05:25

0.076Control Test 05:25

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 10/30/2020 09:49

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3410/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:07

FL Dept of AG

BISHOP,TREY

03/05/2021

00919080A2

FL Dept of AG

CZABAN,NICHOLAS,W

GADSON

09/09/2020

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.078Control Test 00:04

0.000Air Blank 00:04

# 1 0.022Subject Sample 00:05

2.648Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.022Subject Sample 00:08

2.683Breath Volume 00:08

0.000Air Blank 00:08

0.076Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 10/20/2020 12:43

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:1010/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:45

Madison PD

TERRY,WILLIAM

03/05/2021

00919080A2

Madison County SO

KOREY,FREDERICK,J

TEDORADZE

09/09/2020

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.078Control Test 23:39

0.000Air Blank 23:39

# 1 0.241Subject Sample 23:40

3.296Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.234Subject Sample 23:43

3.785Breath Volume 23:43

0.000Air Blank 23:44

0.075Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 10/20/2020 12:43

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:2310/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:44

FHP Troop H

FENTON,ANTHONY

03/05/2021

00919080A2

FHP Troop H

SWINDLE,CHARLES,

CHRISTIAN

10/20/2020

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:35

0.079Control Test 21:35

0.000Air Blank 21:35

# 1 0.199Subject Sample 21:37

2.062Breath Volume 21:37

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.193Subject Sample 21:40

1.554Breath Volume 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 11/09/2020 12:13

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:0910/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:05

FHP Troop A

ARROYO,BRANDON

06/07/2021

970670

Jackson County SO

MALONEY,CHRISTOPHER,R

KORNEGAY

09/02/2020

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

# 1 0.186Subject Sample 04:41

3.132Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.185Subject Sample 04:44

3.031Breath Volume 04:44

0.000Air Blank 04:45

0.078Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 10/16/2020 13:47

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:3410/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:37

FHP Troop A

TARTER,JEFFREY

06/07/2021

970670

Jackson County SO

MALONEY,CHRISTOPHER,R

HERNDON

09/02/2020

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.078Control Test 04:54

0.000Air Blank 04:54

# 1 0.161Subject Sample 04:55

3.593Breath Volume 04:55

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.160Subject Sample 04:58

3.742Breath Volume 04:58

0.000Air Blank 04:58

0.077Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 10/16/2020 13:47

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:3810/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

11:49

FHP Troop A

MALONEY,CHRISTOPHER

06/07/2021

970670

FHP Troop A

MALONEY,CHRISTOPHER,R

RUIZ JIMENEZ

10/16/2020

8100.27

FHP TROOP A

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.078Control Test 01:16

0.000Air Blank 01:17

# 1 0.203Subject Sample 01:18

2.093Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.199Subject Sample 01:21

2.371Breath Volume 01:21

0.000Air Blank 01:21

0.078Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 11/12/2020 12:52

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0210/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:07

FHP Troop A

YASUDA,SHOHEI

09/20/2022

1206004

FHP Troop A

YASUDA,SHOHEI,

FRENCH

09/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:49

# 1 0.158Subject Sample 02:49

1.449Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.169Subject Sample 02:54

1.542Breath Volume 02:54

0.000Air Blank 02:55

0.081Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:56

Data Download Date/Time: 10/07/2020 07:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:18:4410/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:57

09:26

FHP Troop A

SIK,CARLOS

09/20/2022

1206004

FHP Troop A

SISK,CARLOS,M

LACOSTE

09/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:17

0.000Air Blank 10:18

10:18 RFI Detect

0.000Air Blank 10:18

Data Download Date/Time: 10/07/2020 07:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:25:1110/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:57

09:26

FHP Troop A

SISK,CARLOS

09/20/2022

1206004

FHP Troop A

SISK,CARLOS,M

LACOSTE

09/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:22

0.000Air Blank 10:22

0.082Control Test 10:22

0.000Air Blank 10:23

# 1Subject Sample 10:23 Subject Test Refused

0.000Breath Volume 10:23

0.000Air Blank 10:24

0.082Control Test 10:24

0.000Air Blank 10:25

OKDiagnostics Check 10:25

Data Download Date/Time: 10/07/2020 07:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5510/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

11:52

FHP Troop A

YASUDA,SHOHEI

09/20/2022

1206004

FHP Troop A

YASUDA,SHOHEI,

BUSH

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.081Control Test 00:38

0.000Air Blank 00:38

# 1 0.147Subject Sample 00:38

1.785Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.160Subject Sample 00:42

1.503Breath Volume 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:3510/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:16

17:58

FHP Troop A

SAWYER,DARRYL

09/20/2022

1206004

FHP Troop A

SAWYER,DARRYL,B

SNELSON BARBOUR

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:36

0.000Air Blank 18:37

0.082Control Test 18:37

0.000Air Blank 18:38

# 1Subject Sample 18:38 Subject Test Refused

0.000Breath Volume 18:38

0.000Air Blank 18:38

0.082Control Test 18:38

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:11:5310/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:43

11:01

FHP Troop A

LINCOLN,TREY

09/20/2022

1206004

FHP Troop A

LINCOLN,TREY,B

KIRCHMAN

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:04

0.000Air Blank 12:04

0.082Control Test 12:05

0.000Air Blank 12:05

# 1 0.000Subject Sample 12:07

3.554Breath Volume 12:07

0.000Air Blank 12:07

0.000Air Blank 12:09

# 2 0.000Subject Sample 12:10

3.527Breath Volume 12:10

0.000Air Blank 12:10

0.081Control Test 12:11

0.000Air Blank 12:11

OKDiagnostics Check 12:11

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1410/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:21

FHP Troop A

YASUDA,SHOHEI

09/20/2022

1206004

FHP Troop A

YASUDA,SHOHEI,

HALL

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.081Control Test 03:17

0.000Air Blank 03:17

# 1 0.143Subject Sample 03:18

2.703Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:20

# 2 0.150Subject Sample 03:21

3.539Breath Volume 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:25:2810/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

08:34

FHP Troop A

LITTLE,NICHOLAS

09/20/2022

1206004

FHP Troop A

LITTLE,NICHOLAS,M

CARYWRIGHT

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:15

0.000Air Blank 09:16

0.082Control Test 09:16

0.000Air Blank 09:17

# 1 0.077Subject Sample 09:19

1.425Breath Volume 09:19

0.000Air Blank 09:20

0.000Air Blank 09:21

# 2 0.076Subject Sample 09:23

1.187Breath Volume 09:23

0.000Air Blank 09:24

0.079Control Test 09:24

0.000Air Blank 09:25

OKDiagnostics Check 09:25

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:0710/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:28

FHP Troop A

BAILEY,WESLEY

09/20/2022

1206004

FHP Troop A

BAILEY,RAYMOND,F

HARRINGTON

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.082Control Test 22:09

0.000Air Blank 22:10

# 1 0.135Subject Sample 22:11

3.484Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.134Subject Sample 22:14

4.328Breath Volume 22:14

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:19:4610/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:59

06:35

FHP Troop A

YASUDA,SHOHEI

09/20/2022

1206004

FHP Troop A

YASUDA,SHOHEI,

BAILEY

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:19

Air Blank 07:19 RFI Detect

Air Blank 07:19 RFI Detect

Data Download Date/Time: 11/10/2020 12:46

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:28:3110/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:59

06:35

FHP Troop A

YASUDA,SHOHEI

09/20/2022

1206004

FHP Troop A

YASUDA,SHOHEI,

BAILEY

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:21

0.000Air Blank 07:21

0.081Control Test 07:21

0.000Air Blank 07:22

# 1 0.112Subject Sample 07:23

2.210Breath Volume 07:23

0.000Air Blank 07:24

0.000Air Blank 07:26

# 2 0.105Subject Sample 07:26

1.718Breath Volume 07:26

0.000Air Blank 07:27

0.080Control Test 07:27

0.000Air Blank 07:28

OKDiagnostics Check 07:28

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:4310/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:10

FHP Troop A

YASUDA,SHOHEI

09/20/2022

1206004

FHP Troop A

YASUDA,SHOHEI,

BARTLETT

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.081Control Test 03:55

0.000Air Blank 03:55

# 1 0.210Subject Sample 03:56

2.777Breath Volume 03:56

Air Blank 03:57 Purge Fail

0.000Air Blank 03:57

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:0510/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:10

FHP Troop A

YASUDA,SHOHEI

09/20/2022

1206004

FHP Troop A

YASUDA,SHOHEI,

BARTLETT

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.074Control Test 04:01 Control Outside Tolerance

0.000Air Blank 04:02

Data Download Date/Time: 11/10/2020 12:46

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:4410/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:10

FHP Troop A

YASUDA,SHOHEI

09/20/2022

1206004

FHP Troop A

YASUDA,SHOHEI,

BARTLETT

10/04/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.077Control Test 04:04

0.000Air Blank 04:05

# 1 0.207Subject Sample 04:06

2.894Breath Volume 04:06

Air Blank 04:06 Purge Fail

Air Blank 04:07 Purge Fail

Data Download Date/Time: 11/10/2020 12:46

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5310/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:52

Gulf Breeze PD

YOUNGREN,DENNIS

02/19/2022

1094494

Gulf Breeze PD

YOUNGREN,DENNIS,A

MURCHISON

09/05/2020

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.080Control Test 01:27

0.000Air Blank 01:27

# 1 0.171Subject Sample 01:28

4.167Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.160Subject Sample 01:31

2.820Breath Volume 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/02/2020 15:14

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:1710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:22

FHP Troop L

CHOUINARD,JEFFREY

01/05/2022

30219080A3

FHP Troop L

CHOUINARD,JEFFREY,M

AJPACAJA TAX

09/10/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

# 1 0.191Subject Sample 02:51

2.921Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.199Subject Sample 02:54

2.691Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 10/22/2020 15:39

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:1610/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:38

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2022

30219080A3

St. Lucie County SO

JONES,CORTLAND,T

CORNELIUS

09/10/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.081Control Test 21:51

0.000Air Blank 21:52

# 1 0.172Subject Sample 21:54

1.183Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.176Subject Sample 21:58

1.675Breath Volume 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 10/22/2020 15:39

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:54:5510/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:23

16:59

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2022

30219080A3

St. Lucie County SO

SCUOPPO,ANTHONY,M

ADAMS

09/10/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:48

0.000Air Blank 17:49

0.080Control Test 17:49

0.000Air Blank 17:49

# 1 0.000Subject Sample 17:50

1.785Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:53

# 2 0.000Subject Sample 17:53

1.531Breath Volume 17:53

0.000Air Blank 17:54

0.081Control Test 17:54

0.000Air Blank 17:54

OKDiagnostics Check 17:54

Data Download Date/Time: 10/22/2020 15:39

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2910/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

01:43

FHP Troop L

CHOUINARD,JEFFREY

01/05/2022

30219080A3

FHP Troop L

CHOUINARD,JEFFREY,M

HALL

09/10/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.080Control Test 03:01

0.000Air Blank 03:01

# 1 0.152Subject Sample 03:02

4.738Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.155Subject Sample 03:04

4.699Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 10/22/2020 15:39

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:05:3510/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:39

17:25

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2022

30219080A3

St. Lucie County SO

SCUOPPO,ANTHONY,M

LAURENCE

09/10/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:59

0.000Air Blank 18:00

0.081Control Test 18:00

0.000Air Blank 18:00

# 1 0.156Subject Sample 18:01

2.339Breath Volume 18:01

0.000Air Blank 18:01

0.000Air Blank 18:03

# 2 0.152Subject Sample 18:04

1.933Breath Volume 18:04

0.000Air Blank 18:04

0.080Control Test 18:04

0.000Air Blank 18:05

OKDiagnostics Check 18:05

Data Download Date/Time: 10/22/2020 15:39

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:3710/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:26

St. Lucie County SO

COLANGELO,NICHOLAS

01/05/2022

30219080A3

St. Lucie County SO

HALL,RICHARD,D

HEAFNER

09/10/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.080Control Test 21:16

0.000Air Blank 21:17

# 1 0.200Subject Sample 21:17

2.925Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.185Subject Sample 21:21

1.703Breath Volume 21:21

0.000Air Blank 21:21

0.079Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 10/22/2020 15:39

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:4410/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

04:41

St. Lucie County SO

APPELBAUM,KEITH

01/05/2022

30219080A3

Port St. Lucie PD

LIMB,HUNTER,

VARGAS

10/22/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:52

# 1 0.132Subject Sample 05:53

1.320Breath Volume 05:53

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.123Subject Sample 05:56

1.347Breath Volume 05:56

0.000Air Blank 05:56

0.080Control Test 05:57

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 11/18/2020 06:44

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:4810/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:00

FHP Troop L

BROWN,CODY

01/05/2022

30219080A3

FHP Troop L

BROWN,CODY,L

KOHLHEPP

10/22/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.080Control Test 20:00

0.000Air Blank 20:01

# 1 0.000Subject Sample 20:01

2.074Breath Volume 20:01

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2 0.000Subject Sample 20:04

1.613Breath Volume 20:04

0.000Air Blank 20:04

0.080Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 11/18/2020 06:44

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:0910/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:49

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2022

30219080A3

St. Lucie County SO

SCUOPPO,ANTHONY,M

JACOBSEN

10/22/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

# 1 0.105Subject Sample 20:52

3.777Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.105Subject Sample 20:55

3.750Breath Volume 20:55

0.000Air Blank 20:56

0.080Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 11/18/2020 06:44

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:3610/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

18:57

Fort Pierce PD

ANTON,NICHOLAS

01/05/2022

30219080A3

Fort Pierce PD

ANTON,NICHOLAS,A

SANCHEZ

10/22/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:18

0.080Control Test 21:18

0.000Air Blank 21:18

# 1 0.299Subject Sample 21:19

1.804Breath Volume 21:19

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.291Subject Sample 21:22

1.566Breath Volume 21:22

0.000Air Blank 21:22

0.080Control Test 21:23

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 11/18/2020 06:44

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:2410/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:06

St. Lucie County SO

PFEIFFER,KEVIN

01/05/2022

30219080A3

St. Lucie County SO

LIMB,HUNTER,

CLARK

10/22/2020

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:07

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 11/18/2020 06:44

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:3910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:13

Gulf County SO

KESTERSON,CALEB

06/05/2021

08819080A1

Gulf County SO

YOUNG,PAUL,G

FREY

09/28/2020

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:05

# 1 0.232Subject Sample 21:06

4.062Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.201Subject Sample 21:09

1.355Breath Volume 21:09

0.000Air Blank 21:09

Air Blank 21:11 RFI Detect

Air Blank 21:11 RFI Detect

Air Blank 21:11 RFI Detect

Data Download Date/Time: 10/23/2020 13:27

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:0610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:55

19:50

FFWCC (Panama City)

GERBER,OLIVER

06/05/2021

08819080A1

FFWCC (Panama City)

HOLFELDER,BLAKE,T

HOLFELDER

09/28/2020

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.078Control Test 21:25

0.000Air Blank 21:26

# 1Subject Sample 21:26 Subject Test Refused

0.000Breath Volume 21:26

0.000Air Blank 21:27

0.079Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 10/23/2020 13:27

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:3610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:55

19:50

FFWCC (Panama City)

GERBER,OLIVER

06/05/2021

08819080A1

FFWCC (Panama City)

GERBER,OLIVER,B

HOLFELDER

09/28/2020

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:32

# 1Subject Sample 21:33 Subject Test Refused

0.000Breath Volume 21:33

0.000Air Blank 21:33

0.079Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 10/23/2020 13:27

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:37:4310/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:30

14:15

Jasper PD

SMITH JR,LORNE

03/05/2021

00919080A3

Jasper PD

SMITH JR,LORNE,J

DEAS

09/28/2020

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:34

0.000Air Blank 15:35

0.077Control Test 15:35

0.000Air Blank 15:36

# 1Subject Sample 15:36 Subject Test Refused

0.000Breath Volume 15:36

0.000Air Blank 15:36

0.077Control Test 15:37

0.000Air Blank 15:37

OKDiagnostics Check 15:37

Data Download Date/Time: 10/27/2020 02:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:0910/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:43

Hamilton County SO

MEEKS,BRADLEY

03/05/2021

00919080A3

Hamilton County SO

MEEKS,BRADLEY,A

JOHNSON

09/28/2020

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:15

0.077Control Test 20:16

0.000Air Blank 20:16

# 1Subject Sample 20:16 Subject Test Refused

0.000Breath Volume 20:16

0.000Air Blank 20:17

0.077Control Test 20:17

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 10/27/2020 02:37

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3510/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:10

FHP Troop B

GIKAS,JOHN

03/05/2021

00919080A3

FHP Troop B

GIKAS,JOHN,E

RICCI

09/28/2020

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.077Control Test 21:47

0.000Air Blank 21:47

# 1 0.119Subject Sample 21:48

3.292Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:50

# 2 0.115Subject Sample 21:51

1.585Breath Volume 21:51

0.000Air Blank 21:52

0.075Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 10/27/2020 02:37

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:2210/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:59

Hillsborough Co SO

VAN-TREESE,S

10/05/2021

22419080A2

Tampa PD

MASON,FRANCESCA,M

LOCKETT

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1 0.079Subject Sample 03:54

2.597Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.078Subject Sample 03:57

2.003Breath Volume 03:57

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:4310/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:09

Hillsborough Co SO

DRISCOLL,B

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

BOUIE

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.081Control Test 21:26

0.000Air Blank 21:27

# 1 0.374Subject Sample 21:28

3.257Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.380Subject Sample 21:31

1.914Breath Volume 21:31

0.000Air Blank 21:31

0.079Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5910/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:55

Hillsborough Co SO

RODRIGUEZ,D

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

MOCTEZUMA MARROQUIN

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

# 1 0.000Subject Sample 01:01

1.847Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.000Subject Sample 01:04

1.285Breath Volume 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5710/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:14

Hillsborough Co SO

COSTA,A

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BAGSHAW

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.082Control Test 01:47

0.000Air Blank 01:48

# 1 0.000Subject Sample 01:49

3.527Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.000Subject Sample 01:52

3.664Breath Volume 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:1410/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:05

Hillsborough Co SO

RIVERA,M

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

ERICKSON

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:55

0.000Air Blank 21:55

0.081Control Test 21:56

0.000Air Blank 21:56

# 1 0.241Subject Sample 21:57

1.792Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.233Subject Sample 22:00

2.335Breath Volume 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:3210/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:03

Hillsborough Co SO

BURKE,B

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

RUIZ

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.082Control Test 23:23

0.000Air Blank 23:24

# 1 0.255Subject Sample 23:25

1.562Breath Volume 23:25

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.270Subject Sample 23:27

1.757Breath Volume 23:27

0.000Air Blank 23:28

0.081Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:0410/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:19

Hillsborough Co SO

TIBURCIO,I

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

VINCENT

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:03

0.000Air Blank 21:03

0.081Control Test 21:04

0.000Air Blank 21:04

# 1 0.000Subject Sample 21:05

2.218Breath Volume 21:05

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.000Subject Sample 21:08

1.886Breath Volume 21:08

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:10

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:1510/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:08

Hillsborough Co SO

FERGUSON,D

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

PHONECHANH

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.081Control Test 23:09

0.000Air Blank 23:10

# 1 0.235Subject Sample 23:11

2.882Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.233Subject Sample 23:14

2.453Breath Volume 23:14

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1210/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:00

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

MASON,FRANCESCA,M

HERNANDEZ SANCHEZ

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

# 1 0.087Subject Sample 03:51

1.300Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.090Subject Sample 03:55

1.468Breath Volume 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:5610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:43

Hillsborough Co SO

SNAGGS,S

10/05/2021

22419080A2

Tampa PD

PEQUIGNOT,KYLIE,C

PITTELLI JR

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.081Control Test 04:37

0.000Air Blank 04:38

# 1 0.183Subject Sample 04:39

1.101Breath Volume 04:39

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.172Subject Sample 04:44

1.371Breath Volume 04:44

0.000Air Blank 04:45

0.080Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:0510/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

04:57

Hillsborough Co SO

FERGUSON,D

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

RODRIGUEZ

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.080Control Test 05:52

0.000Air Blank 05:52

# 1 0.161Subject Sample 05:53

1.273Breath Volume 05:53

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.161Subject Sample 05:57

1.933Breath Volume 05:57

0.000Air Blank 05:58

0.080Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:59

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:25:0110/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:57

15:23

Hillsborough Co SO

PELLEGRINE,B

10/05/2021

22419080A2

Tampa PD

SNYDER,MELONIE,E

CASTLE

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:18

0.000Air Blank 16:18

0.081Control Test 16:19

0.000Air Blank 16:19

# 1 0.352Subject Sample 16:20

2.695Breath Volume 16:20

0.000Air Blank 16:21

0.000Air Blank 16:22

# 2 0.360Subject Sample 16:23

3.007Breath Volume 16:23

0.000Air Blank 16:24

0.080Control Test 16:24

0.000Air Blank 16:24

OKDiagnostics Check 16:25

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:4410/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:18

Hillsborough Co SO

ANDREWS,S

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

CREVELLO

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:28

0.000Air Blank 20:29

0.081Control Test 20:29

0.000Air Blank 20:29

# 1 0.000Subject Sample 20:31

2.542Breath Volume 20:31

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.000Subject Sample 20:34

2.500Breath Volume 20:34

0.000Air Blank 20:34

0.081Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:2510/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:32

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

PEQUIGNOT,KYLIE,C

SARR

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

# 1 0.295Subject Sample 04:14

1.218Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.254Subject Sample 04:17

1.160Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:20

# 3 0.278Subject Sample 04:20

1.210Breath Volume 04:20

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:4410/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:16

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

MONTES RIVERA

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.081Control Test 22:03

0.000Air Blank 22:03

# 1 0.054Subject Sample 22:04

1.339Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.053Subject Sample 22:07

1.675Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:3710/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:09

Hillsborough Co SO

COSTA,A

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

SMITH III

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:18

# 1 0.282Subject Sample 00:19

1.476Breath Volume 00:19

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.292Subject Sample 00:22

2.089Breath Volume 00:22

0.000Air Blank 00:22

0.080Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:3610/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:57

Hillsborough Co SO

RENDON,D

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

GALLEGO

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

# 1 0.221Subject Sample 02:01

2.429Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.227Subject Sample 02:05

1.613Breath Volume 02:05

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5010/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

00:57

Hillsborough Co SO

DRISCOLL,B

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GARUFI

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

# 1 0.000Subject Sample 02:24

1.710Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.000Subject Sample 02:27

1.792Breath Volume 02:27

0.000Air Blank 02:27

0.081Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:2710/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:37

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

RICHARDSON

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

# 1 0.234Subject Sample 04:04

2.707Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.221Subject Sample 04:07

3.429Breath Volume 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 12/10/2020 12:34

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:3710/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:42

Hillsborough Co SO

DRISCOLL,B

10/05/2021

22419080A2

Hillsborough Co SO

DAIL,JULIE,A

MCMINN

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.080Control Test 05:41

0.000Air Blank 05:42

# 1 0.000Subject Sample 05:43

1.617Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.000Subject Sample 05:47

1.390Breath Volume 05:47

0.000Air Blank 05:47

0.081Control Test 05:48

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:2210/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:12

Hillsborough Co SO

BAAR,J

10/05/2021

22419080A2

Tampa PD

MONTGOMERY,ALECIA,L

LOPEZ GOMEZ

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:58

# 1 0.136Subject Sample 02:59

2.101Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.123Subject Sample 03:02

1.132Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:0310/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:13

Hillsborough Co SO

ATKINS,A

10/05/2021

22419080A2

Temple Terrace PD

MASON,FRANCESCA,M

WILSON JR

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.082Control Test 01:02

0.000Air Blank 01:03

# 1 0.152Subject Sample 01:04

3.179Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:06

# 2 0.152Subject Sample 01:07

2.605Breath Volume 01:07

0.000Air Blank 01:08

0.081Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:09

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3110/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:23

Hillsborough Co SO

LANDRY,G

10/05/2021

22419080A2

Tampa PD

PEQUIGNOT,KYLIE,C

CABRERA-PINEDA

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.080Control Test 01:14

0.000Air Blank 01:14

# 1Subject Sample 01:17 No Sample Provided

0.000Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2Subject Sample 01:22 Subject Test Refused

0.000Breath Volume 01:22

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:1710/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:40

Hillsborough Co SO

JOHNSON,B

10/05/2021

22419080A2

Macdill Air Force Ba

MASON,FRANCESCA,M

BROWN III

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.081Control Test 03:03

0.000Air Blank 03:03

# 1 0.083Subject Sample 03:04

3.250Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:06

# 2 0.085Subject Sample 03:07

3.726Breath Volume 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0210/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:15

Hillsborough Co SO

COSTA,A

10/05/2021

22419080A2

Hillsborough Co SO

PEQUINGNOT,KYLIE,C

VAZQUEZ VILCHES

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.133Subject Sample 03:21

2.390Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.124Subject Sample 03:24

1.773Breath Volume 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:26

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5310/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:59

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

VASQUEZ

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1 0.197Subject Sample 04:11

2.050Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.188Subject Sample 04:14

1.445Breath Volume 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:4010/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:17

Hillsborough Co SO

LANDRY,G

10/05/2021

22419080A2

Tampa PD

PEQUIGNOT,KYLIE,C

SALGADO

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:17

# 1 0.179Subject Sample 05:18

1.132Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.172Subject Sample 05:21

1.167Breath Volume 05:21

0.000Air Blank 05:21

0.079Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:00:3710/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:33

08:56

Hillsborough Co SO

BRUCE,K

10/05/2021

22419080A2

Hillsborough Co SO

BARR,BARBARA,H

VENCES

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:54

0.000Air Blank 09:54

0.081Control Test 09:55

0.000Air Blank 09:55

# 1 0.099Subject Sample 09:56

2.597Breath Volume 09:56

0.000Air Blank 09:56

0.000Air Blank 09:58

# 2 0.092Subject Sample 09:59

1.167Breath Volume 09:59

0.000Air Blank 09:59

0.080Control Test 10:00

0.000Air Blank 10:00

OKDiagnostics Check 10:00

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:2410/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:15

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

RODRIGUEZ

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

# 1 0.260Subject Sample 22:31

1.304Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.267Subject Sample 22:34

2.687Breath Volume 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 12/10/2020 12:35

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2610/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:37

FHP Troop B

SKELLY,KYLE

10/05/2021

22419080A3

FHP Troop B

SKELLY,KYLE,E

HALL

10/14/2020

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.078Control Test 02:22

0.000Air Blank 02:23

# 1 0.117Subject Sample 02:24

1.218Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.113Subject Sample 02:27

1.449Breath Volume 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 11/19/2020 14:09

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:5910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:35

Perry PD

BROWN,STEVEN

03/05/2021

00919080A2

Perry PD

CAMPBELL,EDWARD,G

TRUJILLO

10/21/2020

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:04

0.000Air Blank 05:04

0.080Control Test 05:05

0.000Air Blank 05:05

# 1 0.195Subject Sample 05:06

1.156Breath Volume 05:06

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.200Subject Sample 05:11

1.492Breath Volume 05:11

0.000Air Blank 05:12

0.081Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 11/17/2020 10:29

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1810/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:33

Perry PD

CHAFFIN,TRACE

03/05/2021

00919080A2

Perry PD

CHAFFIN,TRACE,D

WRIGHT

10/21/2020

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.041Subject Sample 03:02

4.234Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.041Subject Sample 03:05

4.507Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 11/17/2020 10:29

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:2210/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:20

Hernando County SO

ROBERTS,J

01/05/2022

30219080A3

FHP Troop C

BAKER,PATRICK,M

LITTS

09/17/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:36

# 1 0.147Subject Sample 03:37

1.343Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:39

# 2 0.120Subject Sample 03:40

1.167Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 3 0.124Subject Sample 03:43

1.917Breath Volume 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 10/23/2020 12:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3110/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:18

Hernando County SO

RAMOS,D

01/05/2022

30219080A3

FHP Troop C

CARAMIELLO,CATEY,A

TOMASKOVICH

09/17/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.080Control Test 02:31

Air Blank 02:32 RFI Detect

Air Blank 02:32 RFI Detect

Data Download Date/Time: 10/23/2020 12:04

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:2710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:18

Hernando County SO

RAMOS,D

01/05/2022

30219080A3

FHP Troop C

CARAMIELLO,CATEY,A

TOMASKOVICH

09/17/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.081Control Test 02:36

0.000Air Blank 02:36

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 10/23/2020 12:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:4310/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:12

Hernando County SO

MOONEY,J

01/05/2022

30219080A3

Hernando County SO

CARAMIELLO,CATEY,A

ROY

09/17/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.081Control Test 03:16

0.000Air Blank 03:17

# 1 0.195Subject Sample 03:18

2.152Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.200Subject Sample 03:21

2.195Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 10/23/2020 12:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:1610/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:19

Hernando County SO

MOONEY,J

01/05/2022

30219080A3

Hernando County SO

CARAMIELLO,CATEY,A

BROOKSHIRE

09/17/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:12

# 1 0.209Subject Sample 23:14

1.132Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.217Subject Sample 23:18

1.355Breath Volume 23:18

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 10/23/2020 12:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:4710/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:45

Hernando County SO

MASCITELLI,V

01/05/2022

30219080A3

Hernando County SO

MASCITELLI,V,

WINE

09/17/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.081Control Test 23:24

0.000Air Blank 23:25

# 1 0.207Subject Sample 23:28 Volume Not Met

0.101Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.209Subject Sample 23:33 Volume Not Met

0.160Breath Volume 23:33

0.000Air Blank 23:34

0.077Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 10/23/2020 12:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:2510/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:36

Hernando County SO

GARTNER,A

01/05/2022

30219080A3

FHP Troop C

RODRIGUEZ,FRANCECSA,M

MAGID

09/17/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:01

# 1 0.140Subject Sample 03:02

1.652Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.135Subject Sample 03:05

2.113Breath Volume 03:05

0.000Air Blank 03:06

0.078Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 10/23/2020 12:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:2610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:33

16:58

Hernando County SO

MOONEY,JAMES

01/05/2022

30219080A3

Hernando County SO

MENDEZ,JONATHON,A

SCANLON

10/23/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.080Control Test 17:54

0.000Air Blank 17:55

# 1Subject Sample 17:56 Subject Test Refused

0.000Breath Volume 17:56

0.000Air Blank 17:56

0.080Control Test 17:56

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 11/25/2020 15:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:2610/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

00:48

Hernando County SO

KJEKSTAD,E

01/05/2022

30219080A3

FHP Troop C

CARAMIELLO,CATEY,A

CANTY

10/23/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.081Control Test 02:25

0.000Air Blank 02:26

# 1 0.175Subject Sample 02:27

1.972Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.150Subject Sample 02:31

1.269Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 3 0.162Subject Sample 02:34

1.855Breath Volume 02:34

0.000Air Blank 02:35

0.078Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 11/25/2020 15:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:1710/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

17:20

Hernando County SO

KJEKSTAD,E

01/05/2022

30219080A3

FHP Troop C

CARAMIELLO,CATEY,A

LIGHTKEP

10/23/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

# 1 0.152Subject Sample 18:50

3.152Breath Volume 18:50

0.000Air Blank 18:50

0.000Air Blank 18:52

# 2 0.146Subject Sample 18:53

2.859Breath Volume 18:53

0.000Air Blank 18:54

0.080Control Test 18:54

0.000Air Blank 18:55

OKDiagnostics Check 18:55

Data Download Date/Time: 11/25/2020 15:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:42:0310/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:09

11:18

Hernando County SO

KENT,NATE

01/05/2022

30219080A3

Hernando County SO

CASTIGLIONE,THOMAS,

AQUILINA

10/23/2020

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:30

0.000Air Blank 12:31

0.081Control Test 12:31

0.000Air Blank 12:31

# 1Subject Sample 12:35 No Sample Provided

0.000Breath Volume 12:35

0.000Air Blank 12:35

0.000Air Blank 12:37

# 2Subject Sample 12:40 No Sample Provided

0.000Breath Volume 12:40

0.000Air Blank 12:41

0.082Control Test 12:41

0.000Air Blank 12:41

OKDiagnostics Check 12:42

Data Download Date/Time: 11/25/2020 15:30

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3010/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:35

Marion County SO

RAFFERTY,C

03/19/2023

1298240

Marion County SO

RAFFERTY,CHRIS,J

CRUZ

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:51 RFI Detect

0.921Breath Volume 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:0610/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:35

Marion County SO

RAFFERTY,C

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

CRUZ

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.079Control Test 03:56

0.000Air Blank 03:56

# 1Subject Sample 03:57 RFI Detect

0.117Breath Volume 03:57

Air Blank 03:57 RFI Detect

Air Blank 03:58 RFI Detect

Data Download Date/Time: 10/28/2020 11:28

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:3710/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:45

Marion County SO

YOUNG,R

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

CHAMBERS

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:56

0.078Control Test 19:56

0.000Air Blank 19:57

# 1 0.178Subject Sample 19:58

3.644Breath Volume 19:58

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.175Subject Sample 20:01

3.722Breath Volume 20:01

0.000Air Blank 20:01

0.079Control Test 20:02

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0110/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:40

Marion County SO

ZEZUSKI,J

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

HERSHBERGER

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:53

# 1 0.058Subject Sample 23:53

2.101Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.056Subject Sample 23:56

1.503Breath Volume 23:56

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:58

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:3810/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:55

Marion County SO

COLEMAN,J

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

CALLE

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.079Control Test 19:59

0.000Air Blank 19:59

# 1 0.130Subject Sample 19:59

1.523Breath Volume 19:59

Air Blank 20:00 RFI Detect

0.000Air Blank 20:00

0.079Control Test 20:01

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:1510/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:55

Marion County SO

COLEMAN,J

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

CALLE

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.079Control Test 20:03

0.000Air Blank 20:04

# 1 0.135Subject Sample 20:04

1.527Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.131Subject Sample 20:07

2.699Breath Volume 20:07

0.000Air Blank 20:08

0.079Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:5410/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:50

Marion County SO

YOUNG,ROBERT

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

ATHEY

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:57

# 1Subject Sample 21:58 RFI Detect

0.347Breath Volume 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:2610/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:35

Marion County SO

YOUNG,ROBERT

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

ATHEY

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.079Control Test 22:02

0.000Air Blank 22:02

# 1 0.176Subject Sample 22:03

1.339Breath Volume 22:03

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.185Subject Sample 22:06

1.753Breath Volume 22:06

0.000Air Blank 22:07

0.078Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:1910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:35

Marion County SO

COON,AUSTIN

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

WILLAMS

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

Air Blank 04:42 RFI Detect

Air Blank 04:42 RFI Detect

Data Download Date/Time: 10/28/2020 11:28

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:3810/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:30

Marion County SO

COON,AUSTIN

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

WILLIAMS

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

Air Blank 04:44 RFI Detect

Air Blank 04:44 RFI Detect

Data Download Date/Time: 10/28/2020 11:28

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:3910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:35

Marion County SO

COON,AUSTIN

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

WILLIAMS

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

Air Blank 04:47 RFI Detect

Air Blank 04:47 RFI Detect

Data Download Date/Time: 10/28/2020 11:28

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4210/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:35

Marion County SO

COON,AUSTIN

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

WILLIAMS

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.079Control Test 04:58

0.000Air Blank 04:58

# 1Subject Sample 04:59 Subject Test Refused

0.000Breath Volume 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:4410/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:35

Marion County SO

COON,AUSTIN

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

WILLIAMS

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:04

0.080Control Test 05:05

0.000Air Blank 05:05

# 1 0.152Subject Sample 05:06

1.460Breath Volume 05:06

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.143Subject Sample 05:09

1.242Breath Volume 05:09

0.000Air Blank 05:09

0.080Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:1110/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:45

Marion County SO

RAFFERTY,C

03/19/2023

1298240

Marion County SO

RAFFERTY,C,J

GOLDWIRE

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.080Control Test 21:52

0.000Air Blank 21:52

# 1 0.000Subject Sample 21:55

1.222Breath Volume 21:55

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.000Subject Sample 21:59

2.585Breath Volume 21:59

0.000Air Blank 22:00

0.080Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 10/28/2020 11:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:4310/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

22:00

Marion County SO

RAFFERTY,CHRISTOPHER

03/19/2023

1298240

Marion County SO

RAFFERTY,CHRISTOPHER,J

CHAMBERS

10/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:25

0.079Control Test 22:25

0.000Air Blank 22:26

# 1 0.197Subject Sample 22:26

2.175Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:28

# 2 0.195Subject Sample 22:29

2.636Breath Volume 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 11/25/2020 16:13

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:26:2910/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:59

15:38

Sumter County SO

SMITH,CHARLES

10/05/2021

22419080A2

Sumter County SO

CAUDLE,PAUL,A

RUSSO

09/21/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:19

0.000Air Blank 16:19

0.078Control Test 16:20

0.000Air Blank 16:20

# 1 0.000Subject Sample 16:21

1.527Breath Volume 16:21

0.000Air Blank 16:22

0.000Air Blank 16:24

# 2 0.000Subject Sample 16:25

1.417Breath Volume 16:25

0.000Air Blank 16:25

0.077Control Test 16:25

0.000Air Blank 16:26

OKDiagnostics Check 16:26

Data Download Date/Time: 10/27/2020 13:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:2010/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:14

Sumter County SO

LETSON,REBECCA

10/05/2021

22419080A2

Sumter County SO

LETSON,REBCCA,G

GALLENTINE

09/21/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:40

# 1 0.075Subject Sample 03:40

1.906Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.079Subject Sample 03:44

1.496Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 10/27/2020 13:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:38:0810/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:39

Sumter County SO

HARM,CONNOR

10/05/2021

22419080A2

Sumter County SO

GEOGHEGAN,ASHLEY,M

MCMILLAN

09/21/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.077Control Test 18:35

0.000Air Blank 18:36

# 1Subject Sample 18:36 Subject Test Refused

0.000Breath Volume 18:36

0.000Air Blank 18:37

0.077Control Test 18:37

0.000Air Blank 18:38

OKDiagnostics Check 18:38

Data Download Date/Time: 10/27/2020 13:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:3810/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:32

Sumter County SO

LETSON,REBECCA

10/05/2021

22419080A2

Sumter County SO

SMITH,WYATT,M

POWELL

09/21/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.078Control Test 01:32

0.000Air Blank 01:32

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2Subject Sample 01:41 No Sample Provided

0.000Breath Volume 01:41

0.000Air Blank 01:41

0.078Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 10/27/2020 13:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:2410/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:03

17:26

Sumter County SO

HARTMANN,HANS

10/05/2021

22419080A2

Sumter County SO

GEOGHEGAN,ASHLEY,M

RAMIREZ

09/21/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:23

0.000Air Blank 18:24

0.078Control Test 18:24

0.000Air Blank 18:25

# 1 0.250Subject Sample 18:28 Volume Not Met

0.035Breath Volume 18:28

0.000Air Blank 18:29

0.000Air Blank 18:30

# 2 0.291Subject Sample 18:32

1.117Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:34

# 3 0.287Subject Sample 18:35

1.816Breath Volume 18:35

0.000Air Blank 18:36

0.075Control Test 18:36

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 10/27/2020 13:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:01:3210/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:33

16:00

Sumter County SO

REDWAN,A

10/05/2021

22419080A2

FHP Troop C

HOLLIS,TERENCE,L

CASTILLO

09/21/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:55

0.000Air Blank 16:55

0.077Control Test 16:55

0.000Air Blank 16:56

# 1 0.192Subject Sample 16:57

1.570Breath Volume 16:57

0.000Air Blank 16:57

0.000Air Blank 16:59

# 2 0.184Subject Sample 16:59

1.613Breath Volume 16:59

0.000Air Blank 17:00

0.077Control Test 17:00

0.000Air Blank 17:01

OKDiagnostics Check 17:01

Data Download Date/Time: 10/27/2020 13:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:41

Sumter County SO

PIVETZ,CHARLES

10/05/2021

22419080A2

Sumter County SO

SMITH,TRAVIS,D

SHEIKH

10/24/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.078Control Test 03:16

0.000Air Blank 03:17

# 1 0.281Subject Sample 03:17

1.945Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.289Subject Sample 03:20

2.433Breath Volume 03:20

0.000Air Blank 03:21

0.076Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 10/27/2020 13:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:3210/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:12

Sumter County SO

AMAR,GIOVANNI

10/05/2021

22419080A2

FHP Troop C

SMITH,TRAVIS,D

WILLIAMS

10/24/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.077Control Test 23:32

0.000Air Blank 23:32

# 1Subject Sample 23:33 Subject Test Refused

0.000Breath Volume 23:33

0.000Air Blank 23:33

0.078Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 10/27/2020 13:06

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:1010/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

17:31

Sumter County SO

HARM,CONNOR

10/05/2021

22419080A2

Sumter County SO

LETSON,REBECCA,G

YOUNG

10/24/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.078Control Test 18:22

0.000Air Blank 18:23

# 1 0.000Subject Sample 18:23

2.039Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.000Subject Sample 18:26

1.726Breath Volume 18:26

0.000Air Blank 18:27

0.078Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 11/19/2020 10:17

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:1210/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:12

Sumter County SO

LETSON,REBECCA

10/05/2021

22419080A2

Sumter County SO

ISHALL,JALEN,L

DACCI

10/24/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.077Control Test 23:17

0.000Air Blank 23:17

# 1 0.000Subject Sample 23:18

2.074Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.000Subject Sample 23:21

2.914Breath Volume 23:21

0.000Air Blank 23:22

0.077Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 11/19/2020 10:17

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:17:1310/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:49

11:18

Sumter County SO

TEMPLIN,RICHARD

10/05/2021

22419080A2

FHP Troop C

CAUDLE,PAUL,A

RITCHIE

10/24/2020

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:10

0.000Air Blank 12:10

0.078Control Test 12:10

0.000Air Blank 12:11

# 1 0.000Subject Sample 12:12

2.429Breath Volume 12:12

0.000Air Blank 12:13

0.000Air Blank 12:15

# 2 0.000Subject Sample 12:15

1.503Breath Volume 12:15

0.000Air Blank 12:16

0.079Control Test 12:16

0.000Air Blank 12:17

OKDiagnostics Check 12:17

Data Download Date/Time: 11/19/2020 10:17

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:0610/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

20:50

FHP Troop C

HELM,DEREK

04/05/2022

05620080A2

FHP Troop C

HELM,DEREK,W

DAVIS

10/13/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

Air Blank 22:03 RFI Detect

0.000Air Blank 22:04

Data Download Date/Time: 12/11/2020 13:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:5710/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

20:50

FHP Troop C

HELM,DEREK

04/05/2022

05620080A2

FHP Troop C

HELM,DEREK,W

DAVIS

10/13/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

# 1 0.126Subject Sample 22:08

1.832Breath Volume 22:08

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.131Subject Sample 22:11

2.257Breath Volume 22:11

0.000Air Blank 22:12

0.080Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 12/11/2020 13:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:5210/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:39

CCA Citrus

RIZZO,H

04/05/2022

05620080A2

FHP Troop C

BARRETT,CHASE,A

HEROD

10/13/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

# 1 0.163Subject Sample 20:28

3.519Breath Volume 20:28

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.155Subject Sample 20:32

1.335Breath Volume 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 12/11/2020 13:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4710/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:32

CCA Citrus

RIZZO,H

04/05/2022

05620080A2

FHP Troop C

SWIGER,CARL,M

CASCH

10/13/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

# 1 0.153Subject Sample 02:22

1.769Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:24

# 2 0.146Subject Sample 02:25

1.339Breath Volume 02:25

0.000Air Blank 02:25

0.078Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 12/11/2020 13:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:5710/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:16

CCA Citrus

ERDMAN,CCSO

04/05/2022

05620080A2

Citrus County SO

CASON,CHRISTOPHER,N

REED

10/16/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 12/11/2020 13:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:5310/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

19:35

CCA Citrus

HOWARD,R

04/05/2022

05620080A2

Citrus County SO

CASON,CHRISTOPHER,N

WATERS

10/16/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.080Control Test 20:19

0.000Air Blank 20:20

# 1 0.233Subject Sample 20:20

1.714Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.207Subject Sample 20:24

1.320Breath Volume 20:24

0.000Air Blank 20:25

0.000Air Blank 20:27

# 3 0.203Subject Sample 20:28

1.246Breath Volume 20:28

0.000Air Blank 20:28

0.079Control Test 20:29

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 12/11/2020 13:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:2410/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:56

CCA Citrus

ROBINSON,K

04/05/2022

05620080A2

Citrus County SO

BARRETT,C,A

REIDER

10/16/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:20

0.079Control Test 21:20

0.000Air Blank 21:21

# 1 0.126Subject Sample 21:21

1.871Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.119Subject Sample 21:24

1.121Breath Volume 21:24

0.000Air Blank 21:25

0.080Control Test 21:25

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 12/11/2020 13:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:5010/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:51

CCA Citrus

KJEKSTAD,ERIC

04/05/2022

05620080A2

FHP Troop C

BOWERMASTER,MARY,E

RAMBUSKI

10/23/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:01

# 1 0.136Subject Sample 22:02

1.261Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:04

# 2 0.142Subject Sample 22:05

1.535Breath Volume 22:05

0.000Air Blank 22:05

0.080Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 12/11/2020 13:36

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:5110/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:07

17:24

CCA Citrus

ROBINSON,KYLE

04/05/2022

05620080A2

Citrus County SO

BOWERMASTER,MARY,E

HAYSLIP

10/29/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:37

0.000Air Blank 18:37

0.078Control Test 18:38

0.000Air Blank 18:38

# 1 0.195Subject Sample 18:39

3.640Breath Volume 18:39

0.000Air Blank 18:40

0.000Air Blank 18:41

# 2 0.197Subject Sample 18:42

3.214Breath Volume 18:42

0.000Air Blank 18:42

0.077Control Test 18:43

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 02/17/2021 09:20

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:1510/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

17:36

CCA Citrus

HORTON,TIM

04/05/2022

05620080A2

Citrus County SO

BOWERMASTER,MARY,E

BUSTRIN

10/29/2020

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:21

0.078Control Test 18:22

0.000Air Blank 18:22

# 1Subject Sample 18:24 Subject Test Refused

0.000Breath Volume 18:24

0.000Air Blank 18:25

0.078Control Test 18:25

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 02/17/2021 09:20

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:0010/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:47

Clermont PD

BINDER,BRONSON

06/07/2021

970670

Lake County SO

KRUSE,KRISTOPHER,D

STEWART

10/07/2020

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.077Control Test 23:58

0.000Air Blank 23:58

# 2 0.000Subject Sample 23:59

4.671Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.000Subject Sample 00:03

1.921Breath Volume 00:03

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:05

Data Download Date/Time: 11/11/2020 19:58

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:3310/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:44

Tavares PD

BANNICK,COURTNEY

03/01/2022

1099238

Tavares PD

ROBERTS,DOUG,J

WHITE

09/04/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:31

0.000Air Blank 05:32

0.082Control Test 05:32

0.000Air Blank 05:33

# 1Subject Sample 05:33 Subject Test Refused

0.000Breath Volume 05:33

0.000Air Blank 05:33

0.082Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 10/07/2020 21:54

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:30:3210/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:50

FHP Troop D

GRANT,DANIEL

03/01/2022

1099238

FHP Troop D

GRANT,DANIEL,F

MANCUSO

09/04/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:23

0.000Air Blank 07:24

0.082Control Test 07:24

0.000Air Blank 07:24

# 1 0.131Subject Sample 07:25

3.148Breath Volume 07:25

0.000Air Blank 07:26

0.000Air Blank 07:28

# 2 0.116Subject Sample 07:28

2.453Breath Volume 07:28

0.000Air Blank 07:29

0.079Control Test 07:29

0.000Air Blank 07:30

OKDiagnostics Check 07:30

Data Download Date/Time: 10/07/2020 21:54

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:1910/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:53

Lake County SO

SNIDER,TABBITHA

03/01/2022

1099238

Lake County SO

PITCHER,DARRYL,P

GIL SOLORZANO

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

# 1 0.214Subject Sample 02:04 Volume Not Met

0.160Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.213Subject Sample 02:08

1.503Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 3 0.184Subject Sample 02:14 Volume Not Met

0.843Breath Volume 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:1810/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:53

Lake County SO

SNIDER,TABBITHA

03/01/2022

1099238

Lake County SO

PITCHER,DARRYL,P

GIL SOLORZANO

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:19

0.000Air Blank 02:19

# 1 0.195Subject Sample 02:21

1.105Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2Subject Sample 02:26 Subject Test Refused

0.855Breath Volume 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:1910/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:50

Mount Dora PD

GETFORD,CHEYENNE

03/01/2022

1099238

Groveland PD

MURCHINSON,RONNIE,

HYATT

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.082Control Test 00:52

0.000Air Blank 00:53

# 1 0.146Subject Sample 00:56

1.351Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.152Subject Sample 00:59

1.667Breath Volume 00:59

0.000Air Blank 01:00

0.082Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:4810/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:16

Leesburg PD

CHESSHER,S

03/01/2022

1099238

Lake County SO

WALSH,SHANNON,L

PEREZ BOYSO

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.082Control Test 23:47

0.000Air Blank 23:47

# 1 0.120Subject Sample 23:48

3.585Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:50

# 2 0.119Subject Sample 23:51

3.468Breath Volume 23:51

0.000Air Blank 23:51

0.081Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

01:54

Lake County SO

REBANDO,OFFICER

03/01/2022

1099238

Clermont PD

CHESSHER,SANDRA,W

RIOS

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

# 1 0.148Subject Sample 02:57

1.800Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.152Subject Sample 03:00

2.714Breath Volume 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:4210/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

20:29

Groveland PD

PENA,R

03/01/2022

1099238

Groveland PD

APONTE,JOSHUA,

KLEINSCHNITZ

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:55

0.082Control Test 21:55

0.000Air Blank 21:56

# 1 0.206Subject Sample 21:57

1.648Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.203Subject Sample 22:01

1.828Breath Volume 22:01

0.000Air Blank 22:02

0.079Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:5810/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:07

Lake County SO

TAYLOR,OCTAVIOUS

03/01/2022

1099238

Tavares PD

KESSINGER,CHRIS,E

SCHAFFNER

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:11

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.081Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:4610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

05:16

Mount Dora PD

PEREZ,CONRAD

03/01/2022

1099238

Groveland PD

ANDREANO,JACK,

ELVIR

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:46

0.000Air Blank 06:46

0.082Control Test 06:47

0.000Air Blank 06:47

# 1Subject Sample 06:50 No Sample Provided

0.000Breath Volume 06:50

0.000Air Blank 06:51

0.000Air Blank 06:53

# 2Subject Sample 06:56 No Sample Provided

0.000Breath Volume 06:56

0.000Air Blank 06:56

0.082Control Test 06:57

0.000Air Blank 06:57

OKDiagnostics Check 06:57

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:2110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

17:32

FHP Troop K

CODY,DEONTA

03/01/2022

1099238

FHP Troop K

CODY,DEONTA,M

RIVERA TOSADO

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:39

0.000Air Blank 18:40

0.081Control Test 18:40

0.000Air Blank 18:40

# 1 0.223Subject Sample 18:44 Volume Not Met

0.406Breath Volume 18:44

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.206Subject Sample 18:47

1.460Breath Volume 18:47

0.000Air Blank 18:48

0.000Air Blank 18:50

# 3 0.214Subject Sample 18:50

1.445Breath Volume 18:50

0.000Air Blank 18:51

0.079Control Test 18:51

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:39:2710/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:07

11:18

FHP Troop D

SULLIVAN,ZACHARY

03/01/2022

1099238

Lake County SO

ALIJAGIC,SAMIR,

YARBROUGH

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:28

0.000Air Blank 12:28

0.082Control Test 12:28

0.000Air Blank 12:29

# 1Subject Sample 12:32 No Sample Provided

0.000Breath Volume 12:32

0.000Air Blank 12:32

0.000Air Blank 12:34

# 2Subject Sample 12:38 No Sample Provided

0.000Breath Volume 12:38

0.000Air Blank 12:38

0.082Control Test 12:38

0.000Air Blank 12:39

OKDiagnostics Check 12:39

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:5210/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:47

Lake County SO

DRENNAN,MATTHEW

03/01/2022

1099238

Lake County SO

BINDER,BRONSON,M

HARVEY

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.081Control Test 21:50

0.000Air Blank 21:50

# 1 0.200Subject Sample 21:52

1.781Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:54

# 2 0.196Subject Sample 21:56

1.796Breath Volume 21:56

0.000Air Blank 21:56

0.081Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0510/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:02

Lake County SO

CARROLL,FRANK

03/01/2022

1099238

Fruitland Park PD

BINDER,BRONSON,M

BRUNER

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:26:5610/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:59

14:10

Mount Dora PD

MONROE,KEJUAN

03/01/2022

1099238

Mount Dora PD

KRUEGER,ELIZABETH,A

KERNODLE

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:20

0.000Air Blank 15:20

0.080Control Test 15:20

0.000Air Blank 15:21

# 1 0.187Subject Sample 15:21

1.679Breath Volume 15:21

0.000Air Blank 15:22

0.000Air Blank 15:24

# 2 0.170Subject Sample 15:25

1.968Breath Volume 15:25

0.000Air Blank 15:26

0.079Control Test 15:26

0.000Air Blank 15:26

OKDiagnostics Check 15:26

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:4510/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:01

15:29

Mount Dora PD

RATLIFF,J

03/01/2022

1099238

FHP Troop D

KRUEGER,ELIZABETH,A

CHAMLEE

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:22

0.081Control Test 16:22

0.000Air Blank 16:23

# 1 0.126Subject Sample 16:26 Volume Not Met

0.246Breath Volume 16:26

0.000Air Blank 16:27

0.000Air Blank 16:28

# 2 0.138Subject Sample 16:29

1.453Breath Volume 16:29

0.000Air Blank 16:30

0.000Air Blank 16:32

# 3 0.131Subject Sample 16:35 Volume Not Met

0.433Breath Volume 16:35

Air Blank 16:36 Purge Fail

0.000Air Blank 16:36

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:1510/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:50

Lake County SO

BANNICK,COURTNEY

03/01/2022

1099238

Tavares PD

HART,ROBERT,L

BELL

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.081Control Test 21:37

0.000Air Blank 21:37

# 1Subject Sample 21:37 Subject Test Refused

0.000Breath Volume 21:37

0.000Air Blank 21:38

0.081Control Test 21:38

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4810/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:45

Mount Dora PD

BAUDERS,SEAN

03/01/2022

1099238

Groveland PD

MURCHINSON,RONNIE,

RODRIGUEZ

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

Air Blank 01:07 RFI Detect

0.000Air Blank 01:07

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:3110/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:45

Mount Dora PD

BAUDERS,SEAN

03/01/2022

1099238

Groveland PD

MURCHINSON,RONNIE,

RODRIGUEZ

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:11

# 1 0.075Subject Sample 01:14 Volume Not Met

0.289Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.079Subject Sample 01:19 Volume Not Met

0.019Breath Volume 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:45

Mount Dora PD

BAUDERS,SEAN

03/01/2022

1099238

Groveland PD

MURCHINSON,RONNIE,

RODRIGUEZ

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

# 1 0.060Subject Sample 01:28 Volume Not Met

0.125Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:30

# 2Subject Sample 01:32 Subject Test Refused

0.093Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3610/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

12:12

Lake County SO

COLSTON-BARNES,MONIQUE

03/01/2022

1099238

Lake County SO

HART,ROBERT,L

MEYER

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

Air Blank 00:52 RFI Detect

0.000Air Blank 00:52

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:1810/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

12:12

Lake County SO

COLSTON-BARNES,MONIQUE

03/01/2022

1099238

Lake County SO

HART,ROBERT,L

MEYER

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.082Control Test 00:55

0.000Air Blank 00:56

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:57

0.082Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4610/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:56

Lake County SO

BARNES,MONIQUE

03/01/2022

1099238

Lake County SO

BINDER,BRONSON,M

POOLE

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.082Control Test 01:31

0.000Air Blank 01:32

# 1 0.128Subject Sample 01:33

2.742Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.113Subject Sample 01:37

1.472Breath Volume 01:37

0.000Air Blank 01:37

0.081Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:4510/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:47

Mount Dora PD

RODRIGUEZ,RONALD

03/01/2022

1099238

Groveland PD

KRUEGER,ELIZABETH,A

HIGH

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:05

0.000Air Blank 18:05

0.082Control Test 18:06

0.000Air Blank 18:06

# 1 0.174Subject Sample 18:07

1.300Breath Volume 18:07

0.000Air Blank 18:08

0.000Air Blank 18:10

# 2Subject Sample 18:10 Subject Test Refused

0.000Breath Volume 18:10

0.000Air Blank 18:10

0.077Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:1810/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:15

Clermont PD

PEREZ,CALEB

03/01/2022

1099238

Clermont PD

HARPER,J,L

SLEMP

10/07/2020

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.081Control Test 23:33

0.000Air Blank 23:34

# 1 0.333Subject Sample 23:34

3.449Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.319Subject Sample 23:37

4.218Breath Volume 23:37

0.000Air Blank 23:38

0.081Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 11/11/2020 19:41

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:4410/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

23:38

Lady Lake PD

NAVARRO,DANIEL

01/05/2022

30219080A3

Leesburg PD

OSTROM,JOSEPH,A

DEVLIN

09/28/2020

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 10/28/2020 21:19

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3210/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:08

Leesburg PD

WALSH,SHANNON

01/05/2022

30219080A3

Leesburg PD

WALSH,SHANNON,L

GRAY

09/28/2020

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.080Control Test 22:06

0.000Air Blank 22:06

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 10/28/2020 21:19

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:3810/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

23:07

Marion County SO

PETERSON,KIP

04/01/2023

1305520

Marion County SO

PETERSON,KIP,J

EVANS

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.078Control Test 23:22

0.000Air Blank 23:23

# 1 0.199Subject Sample 23:26

1.144Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:28

# 2 0.193Subject Sample 23:31 Volume Not Met

0.105Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 3Subject Sample 23:34 RFI Detect

0.546Breath Volume 23:34

0.000Air Blank 23:35

0.075Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 10/28/2020 12:17

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0810/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:47

Marion County SO

PETERSON,KIP

03/05/2021

181692

Marion County SO

PETERSON,KIP,J

STEPHANOPOULOS

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.077Control Test 02:56

0.000Air Blank 02:57

# 1 0.185Subject Sample 02:57

1.421Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.181Subject Sample 03:00

1.847Breath Volume 03:00

0.000Air Blank 03:01

0.077Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 10/28/2020 12:17

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:3410/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

22:06

Marion County SO

PETERSON,KIP

03/05/2021

181692

Marion County SO

PETERSON,KIP,J

UNANGST

09/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.077Control Test 22:19

0.000Air Blank 22:19

# 1 0.151Subject Sample 22:20

1.949Breath Volume 22:20

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.149Subject Sample 22:23

1.812Breath Volume 22:23

0.000Air Blank 22:23

0.077Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 10/28/2020 12:17

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:52:2210/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:21

09:37

Marion County SO

PETERSON,KIP

03/05/2021

181692

Marion County SO

PETERSON,KIP,J

TAYLOR

10/28/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:45

0.000Air Blank 09:46

0.077Control Test 09:46

0.000Air Blank 09:46

# 1 0.000Subject Sample 09:47

1.253Breath Volume 09:47

0.000Air Blank 09:47

0.000Air Blank 09:49

# 2 0.000Subject Sample 09:50

1.714Breath Volume 09:50

0.000Air Blank 09:51

0.077Control Test 09:51

0.000Air Blank 09:52

OKDiagnostics Check 09:52

Data Download Date/Time: 11/25/2020 16:11

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4210/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:51

HILLSBOROUGH CO SO

DRISCOLL,B

08/05/2022

18220080A2

HILLSBOROUGH CO SO

DAIL,JULIE,A

EVENSEN

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.079Control Test 00:53

0.000Air Blank 00:53

# 1 0.080Subject Sample 00:54

5.007Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.080Subject Sample 00:57

5.585Breath Volume 00:57

0.000Air Blank 00:57

0.079Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3510/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:48

HILLSBOROUGH CO SO

LYON,M

08/05/2022

18220080A2

TAMPA PD

DISMORE,NANCY,J

ZEMAITYTE

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.080Control Test 02:32

0.000Air Blank 02:32

# 1 0.181Subject Sample 02:33

2.570Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.167Subject Sample 02:36

1.371Breath Volume 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:3110/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:22

HILLSBOROUGH CO SO

BAILEY,D

08/05/2022

18220080A2

TAMPA PD

DISMORE,NANCY,J

JORDAN

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.193Subject Sample 03:25

1.988Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.213Subject Sample 03:28

1.214Breath Volume 03:28

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:28:0810/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:56

05:30

HILLSBOROUGH CO SO

TIBURCIO,I

08/05/2022

18220080A2

HILLSBOROUGH CO SO

MONTGOMERY,ALECIA,L

BROWN JR

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:18

0.000Air Blank 06:18

0.080Control Test 06:18

0.000Air Blank 06:19

# 1 0.000Subject Sample 06:21

1.496Breath Volume 06:21

0.000Air Blank 06:21

0.000Air Blank 06:23

# 2 0.000Subject Sample 06:26

1.484Breath Volume 06:26

0.000Air Blank 06:27

0.079Control Test 06:27

0.000Air Blank 06:28

OKDiagnostics Check 06:28

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2010/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:43

HILLSBOROUGH CO SO

HUTCHESON,S

08/05/2022

18220080A2

HILLSBOROUGH CO SO

PEQUIGNOT,KYLIE,C

GONZALEZ JR

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.210Subject Sample 03:32

1.523Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.206Subject Sample 03:35

1.636Breath Volume 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:1610/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:05

HILLSBOROUGH CO SO

PATRON,A

08/05/2022

18220080A2

HILLSBOROUGH CO SO

MASON,FRANCESCA,M

LINTON

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:17

0.079Control Test 05:17

0.000Air Blank 05:18

# 1 0.000Subject Sample 05:18

1.570Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.000Subject Sample 05:21

1.730Breath Volume 05:21

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:0410/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:23

HILLSBOROUGH CO SO

RENDON,D

08/05/2022

18220080A2

HILLSBOROUGH CO SO

DAIL,JULIE,A

ROBERTS

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.080Control Test 01:16

0.000Air Blank 01:16

# 1 0.149Subject Sample 01:18

1.238Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.159Subject Sample 01:21

1.460Breath Volume 01:21

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:23

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1110/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

01:54

HILLSBOROUGH CO SO

WOLSTENHOLM,A

08/05/2022

18220080A2

FHP TROOP C

DAIL,JULIE,A

GARCIA RODRIGUEZ

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

# 1 0.129Subject Sample 03:18

1.582Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.128Subject Sample 03:21

1.617Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:3110/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:47

05:17

HILLSBOROUGH CO SO

TABOADA,D

08/05/2022

18220080A2

TAMPA PD

MASON,FRANCESCA,M

EDWARDS

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:07

0.000Air Blank 06:07

0.079Control Test 06:08

0.000Air Blank 06:08

# 1 0.150Subject Sample 06:09

2.082Breath Volume 06:09

0.000Air Blank 06:10

0.000Air Blank 06:11

# 2 0.147Subject Sample 06:13

2.078Breath Volume 06:13

0.000Air Blank 06:13

0.079Control Test 06:13

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:13:0610/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

05:52

HILLSBOROUGH CO SO

RAY,KENNETH

08/05/2022

18220080A2

FHP TROOP C

SIMMONS,ANGELA,V

ECKENRODE

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:05

0.000Air Blank 07:06

0.080Control Test 07:06

0.000Air Blank 07:07

# 1 0.140Subject Sample 07:07

1.109Breath Volume 07:07

0.000Air Blank 07:08

0.000Air Blank 07:10

# 2 0.138Subject Sample 07:11

1.449Breath Volume 07:11

0.000Air Blank 07:12

0.079Control Test 07:12

0.000Air Blank 07:13

OKDiagnostics Check 07:13

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2110/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:53

HILLSBOROUGH CO SO

BAAR,J

08/05/2022

18220080A2

TAMPA PD

DAIL,JULIE,A

THOMAS

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

# 1 0.252Subject Sample 23:36

1.140Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.196Subject Sample 23:42 Volume Not Met

0.617Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:44

# 3 0.233Subject Sample 23:45

1.710Breath Volume 23:45

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 11/18/2020 12:28

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4710/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:50

Cape Coral PD

OHERN,ANDREW

04/05/2022

05620080A2

Cape Coral PD

FILLAK,MICHAEL,O

SUREZ

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.078Control Test 01:56

0.000Air Blank 01:57

# 1 0.208Subject Sample 01:59 No .020 agreement

1.441Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.154Subject Sample 02:04 Volume Not Met

0.945Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 3 0.173Subject Sample 02:08 No .020 agreement

1.195Breath Volume 02:08

0.000Air Blank 02:08

0.078Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 10/14/2020 14:03

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:0810/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:54

Cape Coral PD

WILSON,PERRY

04/05/2022

05620080A2

Cape Coral PD

FILLAK,MICHAEL,O

GUERRETTE

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:15

# 1 0.207Subject Sample 02:18 Volume Not Met

0.394Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.216Subject Sample 02:24 Volume Not Met

0.617Breath Volume 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 10/14/2020 14:03

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2510/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:54

Cape Coral PD

WILSON,PERRY

04/05/2022

05620080A2

Cape Coral PD

FILLAK,MICHAEL,O

GUERRETTE

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

# 1 0.221Subject Sample 02:30

1.660Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.207Subject Sample 02:33

2.339Breath Volume 02:33

0.000Air Blank 02:34

0.078Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 10/14/2020 14:03

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:3910/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

14:00

13:50

Cape Coral PD

BARKLEY,JEFFREY

04/05/2022

05620080A2

Cape Coral PD

BARKLEY,JEFFREY,G

TEST

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:41

0.000Air Blank 15:42

0.080Control Test 15:42

0.000Air Blank 15:42

# 1 0.000Subject Sample 15:43

2.968Breath Volume 15:43

0.000Air Blank 15:43

0.000Air Blank 15:45

# 2 0.000Subject Sample 15:46

2.062Breath Volume 15:46

0.000Air Blank 15:46

0.080Control Test 15:47

0.000Air Blank 15:47

OKDiagnostics Check 15:47

Data Download Date/Time: 10/14/2020 14:03

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:4110/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

05:32

Cape Coral PD

DOTSON,W

04/05/2022

05620080A2

Cape Coral PD

ENGH,WILLIAM,C

MONTES

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:35

0.000Air Blank 06:36

0.080Control Test 06:36

0.000Air Blank 06:37

# 1 0.098Subject Sample 06:38

1.523Breath Volume 06:38

0.000Air Blank 06:38

0.000Air Blank 06:40

# 2 0.105Subject Sample 06:41

3.332Breath Volume 06:41

0.000Air Blank 06:41

0.080Control Test 06:42

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 10/14/2020 14:03

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:2610/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:13

Cape Coral PD

NEWTON,J

04/05/2022

05620080A2

Cape Coral PD

RUSH,DANIEL,C

MARRERO

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:07

# 1Subject Sample 21:09 Subject Test Refused

0.000Breath Volume 21:09

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 10/14/2020 14:03

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:3510/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:13

Cape Coral PD

NEWTON,J

04/05/2022

05620080A2

Cape Coral PD

RUSH,DANIEL,C

MARRERO

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:31

# 1 0.000Subject Sample 21:32

2.253Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.000Subject Sample 21:35

1.632Breath Volume 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 10/14/2020 14:03

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:1910/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:48

Cape Coral PD

COLWELL,CHASE

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

COWAN

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:30

# 1 0.227Subject Sample 23:34

1.507Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.232Subject Sample 23:37

1.488Breath Volume 23:37

0.000Air Blank 23:38

0.078Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:0010/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:14

Cape Coral PD

MYERS,JUSTIN

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

SWITZER

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.214Subject Sample 02:05

2.484Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.205Subject Sample 02:10 Volume Not Met

0.335Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 3Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:16

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:3610/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:14

Cape Coral PD

MYERS,JUSTIN

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

SWITZER

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.079Control Test 02:48

0.000Air Blank 02:48

# 1 0.169Subject Sample 02:51 Volume Not Met

0.484Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.187Subject Sample 02:54

1.433Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 3 0.195Subject Sample 02:58

1.445Breath Volume 02:58

0.000Air Blank 02:58

0.079Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:2310/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:32

Cape Coral PD

LOETHEN,KEITH

04/05/2022

05620080A2

Cape Coral PD

MARTINI,RYAN,H

BARNES

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:12

0.079Control Test 20:13

0.000Air Blank 20:13

# 1 0.000Subject Sample 20:14

2.789Breath Volume 20:14

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.000Subject Sample 20:17

2.675Breath Volume 20:17

0.000Air Blank 20:17

0.079Control Test 20:17

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:19:3910/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:52

17:26

Cape Coral PD

MARTINI,RYAN

04/05/2022

05620080A2

Cape Coral PD

MARTINI,RYAN,H

MIRRA

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:13

0.000Air Blank 18:13

0.079Control Test 18:14

0.000Air Blank 18:14

# 1 0.000Subject Sample 18:15

1.406Breath Volume 18:15

0.000Air Blank 18:15

0.000Air Blank 18:17

# 2 0.000Subject Sample 18:18

1.187Breath Volume 18:18

0.000Air Blank 18:18

0.079Control Test 18:19

0.000Air Blank 18:19

OKDiagnostics Check 18:19

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:1510/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

22:00

Cape Coral PD

CARROLL,JILLIAN

04/05/2022

05620080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

WILCOX

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.080Control Test 22:34

0.000Air Blank 22:34

# 1 0.136Subject Sample 22:34

2.050Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.135Subject Sample 22:37

2.058Breath Volume 22:37

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0310/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:43

Cape Coral PD

FRONK,MATTHEW

04/05/2022

05620080A2

Cape Coral PD

MARTINI,RYAN,H

RITCHIE

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:31

# 1 0.196Subject Sample 01:33

1.757Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.196Subject Sample 01:36

1.527Breath Volume 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:38

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:2410/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:02

Cape Coral PD

MARTINI,RYAN

04/05/2022

05620080A2

Cape Coral PD

MARTINI,RYAN,H

BABLER

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:48

# 1 0.135Subject Sample 03:48

1.230Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.131Subject Sample 03:51

1.488Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:2210/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:20

Cape Coral PD

GREENUP,R

04/05/2022

05620080A2

Cape Coral PD

RUSH,DANIEL,C

BUTLER

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:02

# 1 0.175Subject Sample 00:02

1.562Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.161Subject Sample 00:05

1.226Breath Volume 00:05

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:3010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:37

Cape Coral PD

MYERS,JUSTIN

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

RYAN

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

# 1 0.159Subject Sample 02:20

1.898Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.169Subject Sample 02:24

2.027Breath Volume 02:24

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4610/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:12

Cape Coral PD

RIOS,DAVIS

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

BERNTHON

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.080Control Test 03:58

0.000Air Blank 03:58

# 1 0.000Subject Sample 03:59

1.847Breath Volume 03:59

0.000Air Blank 03:59

Air Blank 04:01 RFI Detect

Air Blank 04:01 RFI Detect

Air Blank 04:01 RFI Detect

Data Download Date/Time: 10/14/2020 14:04

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1810/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:12

Cape Coral PD

RIOS,DAVIS

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

BERNTHON

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

Air Blank 04:03 RFI Detect

0.000Air Blank 04:04

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:1710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:12

Cape Coral PD

RIOS,DAVIS

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

BERNTHON

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:06

# 1 0.000Subject Sample 04:07

1.339Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.000Subject Sample 04:10

2.980Breath Volume 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:55:3310/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:23

06:01

Cape Coral PD

MARTINI,RYAN

04/05/2022

05620080A2

Cape Coral PD

MARTINI,RYAN,H

O'DEA

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:49

0.000Air Blank 06:49

0.080Control Test 06:50

0.000Air Blank 06:50

# 1 0.181Subject Sample 06:51

3.156Breath Volume 06:51

0.000Air Blank 06:51

0.000Air Blank 06:53

# 2 0.173Subject Sample 06:54

2.304Breath Volume 06:54

0.000Air Blank 06:54

0.080Control Test 06:54

0.000Air Blank 06:55

OKDiagnostics Check 06:55

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:5410/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:57

Cape Coral PD

COLWELL,CHASE

04/05/2022

05620080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

SUAREZ RODRIGUEZ

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

# 1 0.158Subject Sample 22:44

1.835Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.159Subject Sample 22:47

2.601Breath Volume 22:47

0.000Air Blank 22:48

0.078Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:5010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:11

Cape Coral PD

STRICKLAND,DANIELLE

04/05/2022

05620080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

THORNHILL

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:55

0.000Air Blank 22:55

# 1 0.212Subject Sample 22:56

1.632Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.200Subject Sample 22:59

1.632Breath Volume 22:59

0.000Air Blank 22:59

0.078Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:5810/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:46

Cape Coral PD

CARROLL,JILLIAN

04/05/2022

05620080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

ARCELLA

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:27

# 1 0.145Subject Sample 23:27

1.804Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.143Subject Sample 23:30

1.972Breath Volume 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:0410/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:13

Cape Coral PD

MYERS,JUSTIN

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

SWANSON

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

Air Blank 23:55 RFI Detect

Air Blank 23:56 RFI Detect

Data Download Date/Time: 10/14/2020 14:04

31 March 2021

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:0910/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:13

Cape Coral PD

MYERS,JUSTIN

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

SWANSON

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:58

# 1Subject Sample 00:01 Subject Test Refused

0.000Breath Volume 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:5410/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:13

Cape Coral PD

MYERS,JUSTIN

04/05/2022

05620080A2

Cape Coral PD

MYERS,JUSTIN,L

SWANSON

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.079Control Test 00:05

0.000Air Blank 00:05

# 1 0.162Subject Sample 00:09 Volume Not Met

0.722Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2Subject Sample 00:12 Subject Test Refused

0.718Breath Volume 00:12

0.000Air Blank 00:13

0.077Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:33:4410/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:02

08:30

Cape Coral PD

CANNOVA,C

04/05/2022

05620080A2

Cape Coral PD

SUSKEVICH,CURT,E

BABB

09/23/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:27

0.000Air Blank 09:28

0.080Control Test 09:28

0.000Air Blank 09:28

# 1 0.000Subject Sample 09:29

4.226Breath Volume 09:29

0.000Air Blank 09:29

0.000Air Blank 09:31

# 2 0.000Subject Sample 09:32

4.332Breath Volume 09:32

0.000Air Blank 09:32

0.079Control Test 09:33

0.000Air Blank 09:33

OKDiagnostics Check 09:33

Data Download Date/Time: 10/14/2020 14:04

31 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.


