
80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:1404/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

20:07

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

GARSON

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:29

0.080Control Test 20:29

0.000Air Blank 20:30

# 1 0.106Subject Sample 20:30

2.449Breath Volume 20:30

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.110Subject Sample 20:33

2.230Breath Volume 20:33

0.000Air Blank 20:34

0.080Control Test 20:34

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 04/21/2020 07:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:5504/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:26

16:25

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

CARRANCO

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:47

0.000Air Blank 16:47

0.080Control Test 16:47

0.000Air Blank 16:48

# 1 0.196Subject Sample 16:49

2.449Breath Volume 16:49

0.000Air Blank 16:49

0.000Air Blank 16:51

# 2 0.178Subject Sample 16:52

1.964Breath Volume 16:52

0.000Air Blank 16:52

0.079Control Test 16:53

0.000Air Blank 16:53

OKDiagnostics Check 16:53

Data Download Date/Time: 04/21/2020 07:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5704/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:33

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

ZUNIGA GONZALEZ

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.081Control Test 00:55

0.000Air Blank 00:56

# 1 0.025Subject Sample 00:56

1.390Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.024Subject Sample 00:59

1.132Breath Volume 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 04/21/2020 07:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:44:2704/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:15

12:04

FHP Troop F

JIMENEZ,WILLIAM

03/19/2022

1111579

FHP Troop F

KAPLAN,SEAN,D

KAPLAN

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:38

0.000Air Blank 14:38

0.080Control Test 14:38

0.000Air Blank 14:39

# 1 0.000Subject Sample 14:40

5.152Breath Volume 14:40

0.000Air Blank 14:40

0.000Air Blank 14:42

# 2 0.000Subject Sample 14:43

3.167Breath Volume 14:43

0.000Air Blank 14:43

0.078Control Test 14:43

0.000Air Blank 14:44

OKDiagnostics Check 14:44

Data Download Date/Time: 04/21/2020 07:59

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:4704/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

19:59

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

N,TAYLOR,M

BELL

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:46

0.081Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 04/21/2020 07:59

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:00:2604/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

09:46

FHP Troop F

HOLLE,CALVIN

03/19/2022

1111579

FHP Troop F

TZIQUIN,LUIS,Q

TZIQUIN

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:00

Air Blank 11:00 RFI Detect

Air Blank 11:00 RFI Detect

Data Download Date/Time: 04/21/2020 07:59

08 July 2020

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:04:2704/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

09:46

FHP Troop F

HOLLE,CALVIN

03/19/2022

1111579

FHP Troop F

TZIQUIN,LUIS,Q

TZIQUIN

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:02

0.000Air Blank 11:03

0.080Control Test 11:03

Air Blank 11:03 RFI Detect

0.000Air Blank 11:04

Data Download Date/Time: 04/21/2020 07:59

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:0004/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:01

FHP Troop F

HAEUSSLER,BRETT

03/19/2022

1111579

FHP Troop F

HAEUSSLER,BRETT,W

TURNBLOM

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

# 1 0.101Subject Sample 22:27

4.179Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:29

# 2 0.101Subject Sample 22:30

3.085Breath Volume 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:32

Data Download Date/Time: 04/21/2020 07:59

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:2904/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:06

Bradenton PD

WENTLAND,A

03/19/2022

1111579

Bradenton PD

GWODZ,R,J

BLENMAN

03/13/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.079Control Test 23:49

0.000Air Blank 23:49

# 1 0.315Subject Sample 23:51

2.199Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.302Subject Sample 23:55

1.582Breath Volume 23:55

0.000Air Blank 23:56

0.077Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 04/21/2020 07:59

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:5004/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:25

Hillsborough Co SO

LYON,M

10/05/2021

22419080A2

Tampa PD

DISMORE,NANCY,J

DAVIS

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.080Control Test 23:14

0.000Air Blank 23:14

# 1 0.226Subject Sample 23:16

1.628Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.236Subject Sample 23:19

1.378Breath Volume 23:19

0.000Air Blank 23:19

0.079Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 05/08/2020 08:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0304/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:44

Hillsborough Co SO

RIVERA,M

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

ROTBART

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

# 1 0.000Subject Sample 20:40

2.062Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.000Subject Sample 20:43

1.484Breath Volume 20:43

0.000Air Blank 20:44

0.079Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:45

Data Download Date/Time: 05/08/2020 08:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:1704/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:24

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

DAIL,JULIE,A

FUENTES OLIVA

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:13

# 1 0.187Subject Sample 23:14

1.300Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.184Subject Sample 23:17

1.386Breath Volume 23:17

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5704/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:53

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

DISMORE,NANCY,J

BOCOUM

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

# 1 0.017Subject Sample 02:58

3.273Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.016Subject Sample 03:01

2.789Breath Volume 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:4504/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:36

Hillsborough Co SO

COSTA,A

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

MONESI

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

# 1 0.000Subject Sample 02:36

4.062Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.000Subject Sample 02:39

3.921Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:4904/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:52

Hillsborough Co SO

SULAIMAN,R

10/05/2021

22419080A2

FHP Troop C

DAIL,JULIE,A

ROMERO SANCHEZ

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.080Control Test 21:47

0.000Air Blank 21:47

# 1 0.146Subject Sample 21:49

1.910Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.142Subject Sample 21:53

1.226Breath Volume 21:53

0.000Air Blank 21:53

0.079Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:0004/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:22

Hillsborough Co SO

RENDON,R

10/05/2021

22419080A2

Hillsborough Co SO

DAIL,JULIE,A

AGULARDIAZ

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.080Control Test 23:24

0.000Air Blank 23:24

# 1 0.137Subject Sample 23:25

2.890Breath Volume 23:25

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.144Subject Sample 23:28

2.980Breath Volume 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:30

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:2804/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

03:43

Hillsborough Co SO

LANDRY,G

10/05/2021

22419080A2

Tampa PD

MONTGOMERY,ALECIA,L

LINVILLE

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:12

0.079Control Test 05:12

0.000Air Blank 05:13

# 1 0.036Subject Sample 05:15

1.152Breath Volume 05:15

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.037Subject Sample 05:18

2.097Breath Volume 05:18

0.000Air Blank 05:19

0.080Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:5704/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:31

Hillsborough Co SO

WOLSTENHOLM,A

10/05/2021

22419080A2

FHP Troop C

DAIL,JULIE,A

THEOBALD

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:26

0.000Air Blank 23:26

# 1 0.188Subject Sample 23:29

1.371Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:31

# 2 0.184Subject Sample 23:35 Volume Not Met

0.152Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 3 0.190Subject Sample 23:40

1.750Breath Volume 23:40

0.000Air Blank 23:41

0.078Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2904/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

22:40

Hillsborough Co SO

VASALLO,Y

10/05/2021

22419080A2

Plant City PD

DISMORE,NANCY,J

AGUINAGA

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

# 1 0.146Subject Sample 00:18 Volume Not Met

0.972Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.167Subject Sample 00:21

2.062Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 3 0.174Subject Sample 00:24

2.554Breath Volume 00:24

0.000Air Blank 00:25

0.077Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:1904/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:20

Hillsborough Co SO

LYON,M

10/05/2021

22419080A2

Tampa PD

DAIL,JULIE,A

MINER

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.080Control Test 21:12

0.000Air Blank 21:13

# 1 0.211Subject Sample 21:13

2.011Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.206Subject Sample 21:16

2.089Breath Volume 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:4504/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:32

Hillsborough Co SO

BAILEY,D

10/05/2021

22419080A2

Tampa PD

DISMORE,NANCY,J

GRAHAM

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:23

# 1 0.000Subject Sample 22:24

2.503Breath Volume 22:24

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.000Subject Sample 22:27

2.488Breath Volume 22:27

0.000Air Blank 22:27

0.079Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 05/08/2020 08:12

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:22:2604/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:55

12:22

Flagler County SO

KOTOWSKI,PHILIP

08/05/2020

17618080A3

Flagler County SO

STOGDON,BRAD,M

GLOVER

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:15

0.000Air Blank 13:16

0.080Control Test 13:16

0.000Air Blank 13:17

# 1 0.111Subject Sample 13:17

1.328Breath Volume 13:17

0.000Air Blank 13:18

0.000Air Blank 13:19

# 2 0.118Subject Sample 13:20

1.281Breath Volume 13:20

0.000Air Blank 13:21

0.080Control Test 13:21

0.000Air Blank 13:22

OKDiagnostics Check 13:22

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:4804/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:14

Flagler County SO

COWAN,A

08/05/2020

17618080A3

Flagler County SO

PRIEMER,AMANDA,M

BRUCE

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:22

0.000Air Blank 20:23

0.080Control Test 20:23

0.000Air Blank 20:24

# 1Subject Sample 20:24 Subject Test Refused

0.000Breath Volume 20:24

0.000Air Blank 20:24

0.079Control Test 20:25

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:4304/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:49

Flagler County SO

OLDHAM,T

08/05/2020

17618080A3

Flagler County SO

MEYER,JEFFREY,D

NOVACH

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:52

0.000Air Blank 19:53

0.080Control Test 19:53

0.000Air Blank 19:54

# 1Subject Sample 19:56 Subject Test Refused

0.000Breath Volume 19:56

0.000Air Blank 19:56

0.080Control Test 19:57

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:2004/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:34

10:29

Flagler County SO

MCCARTHY,EVAN

08/05/2020

17618080A3

Flagler County SO

MCCARTHY,EVAN,V

MARTIN

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:56

0.000Air Blank 11:57

0.080Control Test 11:57

0.000Air Blank 11:58

# 1 0.000Subject Sample 11:58

1.957Breath Volume 11:58

0.000Air Blank 11:59

0.000Air Blank 12:01

# 2 0.000Subject Sample 12:01

1.847Breath Volume 12:01

0.000Air Blank 12:02

0.080Control Test 12:02

0.000Air Blank 12:03

OKDiagnostics Check 12:03

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:5204/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:20

Flagler County SO

DOUGLAS,T

08/05/2020

17618080A3

Flagler County SO

ESTEP,J,D

MCALLISTER

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.080Control Test 22:06

0.000Air Blank 22:06

# 1 0.208Subject Sample 22:07

2.187Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.208Subject Sample 22:10

2.578Breath Volume 22:10

0.000Air Blank 22:10

0.078Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:4104/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:03

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

SANCHEZ VALDEZ

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:37

# 1 0.174Subject Sample 05:38

2.503Breath Volume 05:38

0.000Air Blank 05:39

0.000Air Blank 05:41

# 2 0.169Subject Sample 05:42

2.585Breath Volume 05:42

0.000Air Blank 05:42

0.078Control Test 05:43

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0904/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:03

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

VAZQUEZ-NEGRON

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:40

# 1 0.146Subject Sample 02:41

1.468Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.143Subject Sample 02:44

1.152Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:2104/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:00

Flagler County SO

JENKINS,L

08/05/2020

17618080A3

Flagler County SO

MEYER,JEFFREY,D

GRAY

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:08

# 1Subject Sample 20:08 Subject Test Refused

0.000Breath Volume 20:08

0.000Air Blank 20:09

0.080Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:55:0904/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:26

16:38

Flagler County SO

BOLLING,MICHAEL

08/05/2020

17618080A3

Flagler County SO

MCCARTHY,EVAN,V

SHIPMAN

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:49

0.000Air Blank 17:50

0.080Control Test 17:50

0.000Air Blank 17:51

# 1Subject Sample 17:53 Subject Test Refused

0.000Breath Volume 17:53

0.000Air Blank 17:54

0.079Control Test 17:54

0.000Air Blank 17:55

OKDiagnostics Check 17:55

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:4904/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:47

18:07

Flagler County SO

CONWAY,P

08/05/2020

17618080A3

Flagler County SO

PRIEMER,AMANDA,M

GUILLAUME

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:09

0.000Air Blank 19:09

0.080Control Test 19:10

0.000Air Blank 19:10

# 1 0.157Subject Sample 19:13 Volume Not Met

0.558Breath Volume 19:13

0.000Air Blank 19:14

0.000Air Blank 19:16

# 2Subject Sample 19:19 No Sample Provided

0.000Breath Volume 19:19

0.000Air Blank 19:19

0.078Control Test 19:20

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:3404/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

18:51

Flagler County SO

ROSSI,C

08/05/2020

17618080A3

Flagler County SO

PRIEMER,AMANDA,M

GUNN

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.079Control Test 20:12

0.000Air Blank 20:12

# 1 0.169Subject Sample 20:13

2.175Breath Volume 20:13

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.175Subject Sample 20:15

2.753Breath Volume 20:15

0.000Air Blank 20:16

0.079Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:3204/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:49

Flagler County SO

CONWAY,P

08/05/2020

17618080A3

Flagler County SO

TWING,BRANDON,R

SWEET

03/30/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.079Control Test 22:41

0.000Air Blank 22:41

# 1Subject Sample 22:42 Subject Test Refused

0.000Breath Volume 22:42

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 04/28/2020 18:36

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:34:4504/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

18:02

FHP Troop D

RIVERA,VICTOR

08/05/2020

17618080A3

FHP Troop D

RIVERA,VICTOR,J

THORNTON

03/27/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:29

0.081Control Test 18:29

0.000Air Blank 18:29

# 1 0.062Subject Sample 18:30

1.519Breath Volume 18:30

0.000Air Blank 18:30

0.000Air Blank 18:32

# 2 0.060Subject Sample 18:33

1.613Breath Volume 18:33

0.000Air Blank 18:33

0.081Control Test 18:34

0.000Air Blank 18:34

OKDiagnostics Check 18:34

Data Download Date/Time: 04/23/2020 21:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:4804/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:45

FHP Troop D

HARMAN,RICHARD

08/05/2020

17618080A3

FHP Troop D

HARMAN,RICHARD,

REID

03/27/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:09

0.000Air Blank 22:09

22:10 Improper Sample

0.000Air Blank 22:10

Data Download Date/Time: 04/23/2020 21:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:5104/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:45

FHP Troop D

HARMAN,RICHARD

08/05/2020

17618080A3

FHP Troop D

HARMAN,RICHARD,J

REID

03/27/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.080Control Test 22:15

0.000Air Blank 22:15

# 1 0.269Subject Sample 22:16

2.144Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.253Subject Sample 22:19

1.660Breath Volume 22:19

0.000Air Blank 22:19

0.080Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 04/23/2020 21:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:5904/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

22:12

FHP Troop D

CARPENTER,BLAKE

08/05/2020

17618080A3

FHP Troop D

CARPENTER,BLAKE,E

CIRRITO

03/27/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.078Control Test 23:36

0.000Air Blank 23:37

# 1 0.000Subject Sample 23:37

1.863Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.000Subject Sample 23:40

1.625Breath Volume 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 04/23/2020 21:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:1404/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:15

FHP Troop D

HAWKINS,DEBORAH

08/05/2021

1791908A2

FHP Troop D

HAWKINS,DEBORAH,

FONTANEZ

03/27/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.078Control Test 22:17

0.000Air Blank 22:18

# 1 0.170Subject Sample 22:18

2.222Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.177Subject Sample 22:21

2.105Breath Volume 22:21

0.000Air Blank 22:22

0.078Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 04/23/2020 21:38

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4704/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:08

FHP Troop D

HAWKINS,DEBORAH

08/05/2021

1791908A2

FHP Troop D

HAWKINS,DEBORAH,

SMITH

03/27/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.077Control Test 02:02

0.000Air Blank 02:03

# 1 0.155Subject Sample 02:03

1.621Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.159Subject Sample 02:07

2.046Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 04/23/2020 21:38

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:4304/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:12

FHP Troop D

HAWKINS,DEBORAH

08/05/2021

1791908A2

FHP Troop D

HAWKINS,DEBORAH,

ABATSO

04/22/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.078Control Test 00:58

0.000Air Blank 00:58

# 1 0.069Subject Sample 00:59

4.160Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.068Subject Sample 01:02

4.039Breath Volume 01:02

0.000Air Blank 01:02

0.078Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 05/22/2020 22:37

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:4404/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:30

Manatee County SO

BARRETT,CODY

09/20/2022

1206004

Manatee County SO

BARRETT,CODY,R

VASQUEZ OXLAJ

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:57

0.000Air Blank 23:57

# 1 0.089Subject Sample 00:00 Volume Not Met

0.195Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.096Subject Sample 00:03

1.281Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 3 0.089Subject Sample 00:07

1.320Breath Volume 00:07

0.000Air Blank 00:08

0.075Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 04/16/2020 12:45

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:16:2704/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:47

16:33

Manatee County SO

MONTEMAGNO,CARLO

09/20/2022

1206004

Manatee County SO

MONTEMAGNO,CARLO,C

KOVAC

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:10

0.000Air Blank 17:10

0.080Control Test 17:10

0.000Air Blank 17:11

# 1 0.194Subject Sample 17:11

1.539Breath Volume 17:11

0.000Air Blank 17:12

0.000Air Blank 17:14

# 2 0.190Subject Sample 17:14

1.195Breath Volume 17:14

0.000Air Blank 17:15

0.079Control Test 17:15

0.000Air Blank 17:16

OKDiagnostics Check 17:16

Data Download Date/Time: 04/16/2020 12:45

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:5404/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:15

Manatee County SO

TERRERO,FRAICOR

09/20/2022

1206004

Manatee County SO

TERRERO,FRAICOR,

KLOS

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.077Control Test 00:22

0.000Air Blank 00:22

# 1 0.000Subject Sample 00:23

3.550Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.000Subject Sample 00:26

3.117Breath Volume 00:26

0.000Air Blank 00:26

0.077Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 05/20/2020 07:58

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:4404/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:01

FHP Troop D

HARMAN,RICHARD

08/05/2020

17618080A3

FHP Troop D

HARMAN,RICHARD,J

SILLIEN

03/27/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.079Control Test 03:52

0.000Air Blank 03:52

# 1 0.147Subject Sample 03:53

2.433Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.152Subject Sample 03:56

3.039Breath Volume 03:56

0.000Air Blank 03:56

0.078Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 04/23/2020 21:35

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:5304/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

21:56

FHP Troop D

HARMAN,RICHARD

08/05/2020

17618080A3

FHP Troop D

HARMAN,RICHARD,J

OWENS

03/27/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.079Control Test 22:54

0.000Air Blank 22:54

# 1 0.125Subject Sample 22:56

3.164Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.129Subject Sample 22:59

3.535Breath Volume 22:59

0.000Air Blank 22:59

0.079Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 04/23/2020 21:35

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:5504/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:53

FHP Troop D

HARMAN,RICHARD

08/05/2020

17618080A3

FHP Troop D

HARMAN,RICHARD,J

SNYDER

04/22/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

# 1 0.194Subject Sample 01:42

2.582Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.169Subject Sample 01:45

2.164Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 3 0.191Subject Sample 01:48

2.734Breath Volume 01:48

0.000Air Blank 01:48

0.078Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 05/22/2020 22:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:5104/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:40

FHP Troop D

HITCHCOCK,WILLIAM

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIAM,D

PERKINS

03/31/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:28

# 1 0.248Subject Sample 00:29

1.480Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:31

# 2 0.229Subject Sample 00:32

1.160Breath Volume 00:32

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 05/01/2020 04:29

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0104/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:22

FHP Troop D

BLAIR,TIMOTHY

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIAM,D

LEGGE

03/31/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1 0.043Subject Sample 02:33

2.894Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.044Subject Sample 02:36

2.855Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:38

Data Download Date/Time: 05/01/2020 04:29

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:0404/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

23:06

FHP Troop D

HITCHCOCK,WILLIAM

09/20/2022

1206004

FHP Troop D

HITCHCOCK,WILLIA,D

DAVIS JR

03/31/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

# 1 0.013Subject Sample 23:37

2.472Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.014Subject Sample 23:40

1.628Breath Volume 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:42

Data Download Date/Time: 05/01/2020 04:29

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:1904/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:47

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

BOURQUE

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.079Control Test 21:09

0.000Air Blank 21:10

# 1 0.000Subject Sample 21:10

1.796Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.000Subject Sample 21:13

1.285Breath Volume 21:13

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 05/18/2020 08:34

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4904/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:48

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

LIBERATO TERRONES

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.079Control Test 23:10

0.000Air Blank 23:11

# 1 0.166Subject Sample 23:11

3.050Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.168Subject Sample 23:15

2.718Breath Volume 23:15

0.000Air Blank 23:15

0.078Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 05/18/2020 08:34

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:1904/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:31

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

WILLIAMS

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

# 1 0.027Subject Sample 02:54

1.960Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:56

# 2 0.028Subject Sample 02:57

2.644Breath Volume 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 05/18/2020 08:34

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:1004/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:09

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

RESSLER

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.078Control Test 19:32

0.000Air Blank 19:32

# 1 0.275Subject Sample 19:33

2.058Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.269Subject Sample 19:36

1.695Breath Volume 19:36

0.000Air Blank 19:37

0.078Control Test 19:37

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 05/18/2020 08:34

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2804/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:20

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

DE LEON

03/26/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:35

0.000Air Blank 01:35

# 1 0.223Subject Sample 01:37

1.222Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.222Subject Sample 01:40

1.468Breath Volume 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 04/23/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0904/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:10

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

ROBLERO

03/26/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.082Control Test 23:31

0.000Air Blank 23:32

# 1 0.187Subject Sample 23:33

1.968Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.190Subject Sample 23:36

1.386Breath Volume 23:36

0.000Air Blank 23:37

0.077Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 04/23/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:3304/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:12

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

DUNLAP

03/26/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:17

# 1Subject Sample 22:18 Subject Test Refused

0.000Breath Volume 22:18

0.000Air Blank 22:18

0.078Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 04/23/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:0704/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:32

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

CRADDOCK

03/26/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:27

# 1Subject Sample 22:28 Subject Test Refused

0.000Breath Volume 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

FailDiagnostics Check 22:29 Analytical Stability Test

0.000Air Blank 22:30

Data Download Date/Time: 04/23/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:3004/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:29

FHP Troop A

STANDLAND,JOHN

02/07/2021

906364

Bay County SO

RUBEL,NEIL,F

CROLEY

04/05/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

# 1 0.166Subject Sample 01:54

1.238Breath Volume 01:54

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.158Subject Sample 01:57

2.574Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 05/15/2020 12:08

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006762CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:56:0504/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:22

15:14

FHP Troop L

DERAVIL,JEAN

04/27/2021

915310

FHP Troop L

DERAVIL,JEAN,J

LIVINGSTON

03/31/2020

8100.27

FHP TROOP L

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:49

0.000Air Blank 15:50

0.079Control Test 15:50

0.000Air Blank 15:51

# 1 0.296Subject Sample 15:51

1.648Breath Volume 15:51

0.000Air Blank 15:52

0.000Air Blank 15:54

# 2 0.310Subject Sample 15:54

2.410Breath Volume 15:54

0.000Air Blank 15:55

0.078Control Test 15:55

0.000Air Blank 15:55

OKDiagnostics Check 15:56

Data Download Date/Time: 05/06/2020 14:53

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:5004/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

23:05

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

PEEL

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.077Control Test 23:17

0.000Air Blank 23:17

# 1Subject Sample 23:18 Subject Test Refused

0.000Breath Volume 23:18

0.000Air Blank 23:18

0.074Control Test 23:19 Control Outside Tolerance

0.000Air Blank 23:19

Data Download Date/Time: 05/06/2020 20:10

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:5904/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:54

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

BOGGS

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:03

0.076Control Test 23:03

0.000Air Blank 23:04

# 1 0.000Subject Sample 23:04

3.652Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.000Subject Sample 23:07

3.851Breath Volume 23:07

0.000Air Blank 23:08

0.076Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 05/06/2020 20:10

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:0204/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:56

FHP Troop G

MONGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

MORALES PEREZ

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.077Control Test 20:11

0.000Air Blank 20:12

# 1 0.170Subject Sample 20:12

1.375Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.173Subject Sample 20:15

2.476Breath Volume 20:15

0.000Air Blank 20:16

0.078Control Test 20:16

0.000Air Blank 20:16

OKDiagnostics Check 20:17

Data Download Date/Time: 05/06/2020 20:10

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:2504/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:27

FHP Troop G

WALLACE,R

04/05/2021

03519080A4

St. John's County SO

FARLEY,JOSEPH,E

STOCKS

04/04/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.081Control Test 21:52

0.000Air Blank 21:52

# 1 0.000Subject Sample 21:53

1.496Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.000Subject Sample 21:56

1.597Breath Volume 21:56

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 05/01/2020 00:52

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:0804/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:28

FHP Troop G

FARLEY,JOSEPH

04/05/2021

03519080A4

FHP Troop G

FARLEY,JOSEPH,E

JENKINS

04/04/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

# 1 0.181Subject Sample 00:56

3.156Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.171Subject Sample 00:59

1.933Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 05/01/2020 00:52

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:5104/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:35

FHP Troop A

KNOWLES,CONSTANCE

12/11/2021

1060911

FHP Troop A

KNOWLES,CONSTANCE,J

NELSON

03/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.079Control Test 04:56

0.000Air Blank 04:57

# 1Subject Sample 04:57 Subject Test Refused

0.000Breath Volume 04:57

0.000Air Blank 04:57

0.079Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 04/21/2020 23:24

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:4504/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

05:07

FHP Troop A

WOOD,DERRICK

12/11/2021

1060911

FHP Troop A

PEREIRA,JOSE,L

JENKINS

03/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:36

0.080Control Test 05:37

0.000Air Blank 05:37

# 1 0.092Subject Sample 05:39

4.210Breath Volume 05:39

0.000Air Blank 05:39

0.000Air Blank 05:41

# 2 0.088Subject Sample 05:42

3.046Breath Volume 05:42

0.000Air Blank 05:42

0.079Control Test 05:43

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 04/21/2020 23:24

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:0704/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

20:12

FHP Troop A

PEREIRA,JOSE

12/11/2021

1060911

FHP Troop A

PEREIRA,JOSE,L

BENEGAS

03/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.081Control Test 19:36

0.000Air Blank 19:36

# 1 0.270Subject Sample 19:37

2.125Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.276Subject Sample 19:41

1.363Breath Volume 19:41

0.000Air Blank 19:42

0.079Control Test 19:42

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 04/21/2020 23:24

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3704/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

10:17

FHP Troop A

KNOWLES,CONSTANCE

12/11/2021

1060911

FHP Troop A

KNOWLES,CONSTANCE,J

STEWART

03/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:57

# 1Subject Sample 23:00 No Sample Provided

0.000Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:03

0.079Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 04/21/2020 23:24

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:5604/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:25

FHP Troop A

KNOWLES,CONSTANCE

12/11/2021

1060911

FHP Troop A

KNOWLES,CONSTANCE,J

HEINOLD

04/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.082Control Test 20:40

0.000Air Blank 20:41

# 1 0.333Subject Sample 20:42

2.285Breath Volume 20:42

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.339Subject Sample 20:45

3.734Breath Volume 20:45

0.000Air Blank 20:46

0.081Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 05/17/2020 22:08

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:1204/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

21:41

Broward County SO

PRESUME,JEHUD

06/17/2022

1157961

Miramar PD

GRAY,SANDRA,

LANDAETA MACIAS

03/11/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:12

# 1 0.177Subject Sample 23:14

2.144Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.177Subject Sample 23:17

1.554Breath Volume 23:17

0.000Air Blank 23:18

0.077Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 04/09/2020 16:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:4804/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:53

Broward County SO

CAMPBELL,SHELBY

06/17/2022

1157961

Broward County SO

FRAZIER,ANAYA,S

STERLIN

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.079Control Test 05:46

0.000Air Blank 05:47

# 1 0.199Subject Sample 05:48

1.304Breath Volume 05:48

0.000Air Blank 05:48

0.000Air Blank 05:50

# 2 0.187Subject Sample 05:51

1.468Breath Volume 05:51

0.000Air Blank 05:51

0.078Control Test 05:52

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 05/07/2020 12:56

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:3204/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

14:47

Broward County SO

SACKMANN,ANDREW

06/17/2022

1157961

OTHER State

GRAY,SANDRA,

TIMOLIEN

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:35

0.000Air Blank 16:35

0.081Control Test 16:35

0.000Air Blank 16:36

# 1 0.099Subject Sample 16:38

1.406Breath Volume 16:38

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.109Subject Sample 16:40

1.410Breath Volume 16:40

0.000Air Blank 16:41

0.078Control Test 16:41

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 05/07/2020 12:56

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:0104/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:39

18:16

Broward County SO

MCGUIRE,THOMAS

06/17/2022

1157961

Hollywood PD

FRAZIER,ANAYA,S

BROWN JR

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.080Control Test 20:02

0.000Air Blank 20:03

# 1 0.079Subject Sample 20:03

1.308Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:05

# 2 0.084Subject Sample 20:06

3.351Breath Volume 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:08

Data Download Date/Time: 05/07/2020 12:56

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:5704/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:03

Broward County SO

ROJAS,RANDY

06/17/2022

1157961

OTHER State

TILLMAN,SHEILA,L

FAUSTIN

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.079Control Test 04:19

0.000Air Blank 04:20

# 1 0.176Subject Sample 04:20

1.207Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.182Subject Sample 04:25

1.859Breath Volume 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 05/07/2020 12:56

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:2904/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

21:32

Broward County SO

SACKMANN,ANDREW

06/07/2021

970670

OTHER State

GRAY,SANDRA,

MARINI

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

# 1 0.189Subject Sample 22:50

2.414Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.195Subject Sample 22:53

2.140Breath Volume 22:53

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 05/07/2020 11:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0304/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:34

Broward County SO

SOUZA,MAYKOLL

06/07/2021

970670

OTHER State

TILLMAN,SHEILA,L

THELAMONT

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.181Subject Sample 03:25

2.199Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.182Subject Sample 03:28

2.488Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 05/07/2020 11:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:4904/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:35

Broward County SO

LUNA,KRISTINA

06/07/2021

970670

Miramar PD

TILLMAN,SHEILA,L

VELANDO

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:38

# 1 0.000Subject Sample 01:39

2.542Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.000Subject Sample 01:42

2.210Breath Volume 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 05/07/2020 11:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0904/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:09

Broward County SO

SOUZA,MAYKOLL

06/07/2021

970670

OTHER State

FRAZIER,ANAYA,S

AVILES

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

# 1 0.207Subject Sample 00:58

2.613Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.201Subject Sample 01:01

2.121Breath Volume 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 05/07/2020 11:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:20:2004/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:34

11:38

Charlotte County SO

EDWARDS,CRAIG

02/05/2021

32518080A2

Charlotte County SO

SCOTT,BRADLEY,W

CLULOW

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:08

0.000Air Blank 13:09

0.080Control Test 13:09

0.000Air Blank 13:10

# 1 0.000Subject Sample 13:13 Volume Not Met

0.175Breath Volume 13:13

0.000Air Blank 13:13

0.000Air Blank 13:15

# 2 0.000Subject Sample 13:18 Volume Not Met

0.000Breath Volume 13:18

0.000Air Blank 13:19

0.081Control Test 13:19

0.000Air Blank 13:20

OKDiagnostics Check 13:20

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:2004/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:15

Charlotte County SO

PUTMAN,B

02/05/2021

32518080A2

Charlotte County SO

CARTER,CDFC,

DEROSIER

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.079Control Test 20:21

0.000Air Blank 20:21

# 1 0.181Subject Sample 20:23

3.222Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:25

# 2 0.186Subject Sample 20:26

2.843Breath Volume 20:26

0.000Air Blank 20:27

0.082Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:04:5404/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:38

08:19

Charlotte County SO

KATSARELAS,DEPUTY

02/05/2021

32518080A2

Charlotte County SO

FRIAS,DEPUTY,P

BRUCKER

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:58

0.000Air Blank 10:59

0.080Control Test 10:59

0.000Air Blank 11:00

# 1 0.000Subject Sample 11:00

2.507Breath Volume 11:00

0.000Air Blank 11:01

0.000Air Blank 11:03

# 2 0.000Subject Sample 11:03

1.847Breath Volume 11:03

0.000Air Blank 11:03

0.079Control Test 11:04

0.000Air Blank 11:04

OKDiagnostics Check 11:04

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4404/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:02

13:04

Charlotte County SO

STEFANINI,DAVID

02/05/2021

32518080A2

Charlotte County SO

CAMERON,CELESTE,M

WOODWARD

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

# 1Subject Sample 01:40 No Sample Provided

0.000Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2Subject Sample 01:46 No Sample Provided

0.000Breath Volume 01:46

0.000Air Blank 01:46

0.080Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:5004/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:47

Charlotte County SO

TEMS,N

02/05/2021

32518080A2

Charlotte County SO

ACEBO,ANDRES,L

YOUNG

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:45

0.000Air Blank 20:45

0.079Control Test 20:45

0.000Air Blank 20:46

# 1 0.000Subject Sample 20:48

1.457Breath Volume 20:48

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2 0.000Subject Sample 20:53

1.855Breath Volume 20:53

0.000Air Blank 20:53

0.081Control Test 20:54

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:25:0404/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:57

15:26

Charlotte County SO

CIOLINO,DEPUTY

02/05/2021

32518080A2

Charlotte County SO

NORDSTROM,DEPUTY,A

WARREN

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:18

0.000Air Blank 16:18

0.079Control Test 16:19

0.000Air Blank 16:19

# 1 0.114Subject Sample 16:20

2.679Breath Volume 16:20

0.000Air Blank 16:21

0.000Air Blank 16:22

# 2 0.116Subject Sample 16:23

2.875Breath Volume 16:23

0.000Air Blank 16:24

0.076Control Test 16:24

0.000Air Blank 16:24

OKDiagnostics Check 16:25

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:2304/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

21:47

Charlotte County SO

TOMLINSON,LUCAS

02/05/2021

32518080A2

Charlotte County SO

LEONARD,ALEYA,D

ISLES

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:55

0.000Air Blank 22:55

# 1 0.200Subject Sample 22:58 Volume Not Met

0.199Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.200Subject Sample 23:02

1.253Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:04

# 3 0.185Subject Sample 23:08 Volume Not Met

0.863Breath Volume 23:08

Air Blank 23:08 Purge Fail

0.000Air Blank 23:09

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:1304/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

22:33

Charlotte County SO

PUTMAN,BRIAN

02/05/2021

32518080A2

Charlotte County SO

LEONARD,ALEYA,D

HORTON

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.076Control Test 01:46

0.000Air Blank 01:46

# 1 0.089Subject Sample 01:47

2.175Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:49

# 2 0.087Subject Sample 01:50

1.441Breath Volume 01:50

0.000Air Blank 01:51

0.078Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0404/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:06

Charlotte County SO

ALLEN,MARTIN

02/05/2021

32518080A2

Charlotte County SO

ACEBO,ANDRES,L

JENKINS

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.080Control Test 00:03

0.000Air Blank 00:04

# 1 0.135Subject Sample 00:04

3.476Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.142Subject Sample 00:08

3.050Breath Volume 00:08

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:10

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:5704/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:27

Charlotte County SO

TORRES,J

02/05/2021

32518080A2

Charlotte County SO

ACEBO,ANDRES,L

PARKER

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.080Control Test 04:21

0.000Air Blank 04:21

# 1 0.074Subject Sample 04:22

3.566Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.066Subject Sample 04:25

1.234Breath Volume 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

Air Blank 04:27 Ambient Fail

0.000Air Blank 04:27

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:42:0004/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:15

01:15

Charlotte County SO

BOSZE,DEPUTY

02/05/2021

32518080A2

Charlotte County SO

BOSZE,DEPUTY,J

COMBS

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:35

0.000Air Blank 09:35

0.078Control Test 09:36

0.000Air Blank 09:36

# 1 0.058Subject Sample 09:37

2.218Breath Volume 09:37

0.000Air Blank 09:38

0.000Air Blank 09:39

# 2 0.058Subject Sample 09:40

1.675Breath Volume 09:40

0.000Air Blank 09:41

0.080Control Test 09:41

0.000Air Blank 09:41

OKDiagnostics Check 09:42

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:16:5004/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

11:50

01:15

Charlotte County SO

BOSZE,DEPUTY

02/05/2021

32518080A2

Charlotte County SO

BOSZE,DEPUTY,J

COMBS

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:10

0.000Air Blank 12:11

0.079Control Test 12:11

0.000Air Blank 12:12

# 1 0.009Subject Sample 12:12

1.339Breath Volume 12:12

0.000Air Blank 12:13

0.000Air Blank 12:15

# 2 0.008Subject Sample 12:15

1.433Breath Volume 12:15

0.000Air Blank 12:15

0.080Control Test 12:16

0.000Air Blank 12:16

OKDiagnostics Check 12:16

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:4804/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

03:13

Charlotte County SO

VETRI,T

02/05/2021

32518080A2

Punta Gorda PD

SAFFARAS,CELINA,L

MARGETSON

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:17

0.079Control Test 05:17

0.000Air Blank 05:18

# 1 0.121Subject Sample 05:19

1.964Breath Volume 05:19

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.116Subject Sample 05:23

1.222Breath Volume 05:23

0.000Air Blank 05:24

0.084Control Test 05:25

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 04/29/2020 20:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:12:5304/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:45

07:10

Charlotte County SO

SMITH,JOHN

02/05/2021

32518080A2

Charlotte County SO

CREWS,HENRY,E

RODRIGUEZ

03/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:06

0.000Air Blank 08:06

0.079Control Test 08:06

0.000Air Blank 08:07

# 1 0.088Subject Sample 08:07

2.726Breath Volume 08:07

0.000Air Blank 08:08

0.000Air Blank 08:10

# 2 0.080Subject Sample 08:11

2.167Breath Volume 08:11

0.000Air Blank 08:11

0.081Control Test 08:12

0.000Air Blank 08:12

OKDiagnostics Check 08:12

Data Download Date/Time: 04/29/2020 20:04

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:5704/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:36

Charlotte County SO

FIORINO,R

02/05/2021

32518080A2

Punta Gorda PD

CARTER,CDFC,

HARTWELL

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:22

# 1 0.193Subject Sample 19:23

1.468Breath Volume 19:23

0.000Air Blank 19:24

0.000Air Blank 19:26

# 2 0.192Subject Sample 19:27

1.410Breath Volume 19:27

0.000Air Blank 19:27

0.079Control Test 19:28

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 04/29/2020 20:04

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:4804/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:39

Hardee County SO

WRIGHT,ROBERT

03/05/2021

181632

Bowling Green PD

RODRIGUEZ,RAYNALDO,

MARTINEZMARTINEZ

03/29/2020

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.079Control Test 23:12

0.000Air Blank 23:12

# 1 0.243Subject Sample 23:13

2.855Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.225Subject Sample 23:17

1.968Breath Volume 23:17

0.000Air Blank 23:17

0.079Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 04/29/2020 11:06

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:5404/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:38

Hardee County SO

GUTHAS,SEAN

03/05/2021

181632

Bowling Green PD

RODRIGUEZ,RAYNALDO,

RIANO

03/29/2020

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:51

# 1Subject Sample 20:53 Subject Test Refused

0.000Breath Volume 20:53

0.000Air Blank 20:53

0.080Control Test 20:54

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 04/29/2020 11:06

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:0204/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:35

Hardee County SO

VENTURA,JOSE

03/05/2021

181632

Hardee County SO

RODRIGUEZ,RAYNALDO,

CHASON

03/29/2020

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:26

0.000Air Blank 23:26

# 1Subject Sample 23:27 Subject Test Refused

0.000Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:29

Data Download Date/Time: 04/29/2020 11:06

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:5304/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

17:27

Hardee County SO

VREEKEN,RANDEN

03/05/2021

181632

FHP Troop F

RODRIGUEZ,RAYNALDO,

DELGADO RAMOS

03/29/2020

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.080Control Test 20:44

0.000Air Blank 20:44

# 1Subject Sample 20:45 Subject Test Refused

0.000Breath Volume 20:45

0.000Air Blank 20:45

0.079Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 04/29/2020 11:06

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:4904/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

16:15

FFWCC (West Palm)

COBB,AUSTIN

03/05/2021

181692

FFWCC (West Palm)

SAPP,BRIAN,L

JONES

03/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:28

0.078Control Test 18:29

0.000Air Blank 18:29

# 1Subject Sample 18:32 No Sample Provided

0.000Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:35

# 2Subject Sample 18:38 No Sample Provided

0.000Breath Volume 18:38

0.000Air Blank 18:38

0.077Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 04/07/2020 11:57

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:5804/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:23

Monroe County SO

CHLEBANOWSKI,RYAN

03/05/2021

181692

Monroe County SO

CHLEBANOWSKI,RYAN,P

KNOWLES

04/07/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.078Control Test 19:29

0.000Air Blank 19:30

# 1 0.227Subject Sample 19:32

2.167Breath Volume 19:32

0.000Air Blank 19:32

0.000Air Blank 19:34

# 2 0.193Subject Sample 19:35

1.722Breath Volume 19:35

0.000Air Blank 19:35

0.000Air Blank 19:37

# 3 0.229Subject Sample 19:38

2.386Breath Volume 19:38

0.000Air Blank 19:39

0.079Control Test 19:39

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 05/12/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:2404/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:12

17:36

Key West PD

TORRES,TY

03/05/2021

181692

Monroe County SO

TELLIER,JEREMEY,J

MOSLEY

04/07/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

# 1 0.123Subject Sample 18:45

1.730Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:47

# 2 0.128Subject Sample 18:48

1.441Breath Volume 18:48

0.000Air Blank 18:49

0.078Control Test 18:49

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 05/12/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:4904/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:43

Key West PD

WHITE,D

03/05/2021

181692

Monroe County SO

TELLIER,JEREMEY,J

CASKEY

04/07/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:36

# 1 0.193Subject Sample 22:37

2.390Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2Subject Sample 22:40 Subject Test Refused

0.000Breath Volume 22:40

0.000Air Blank 22:41

0.076Control Test 22:41

Air Blank 22:41 Ambient Fail

0.000Air Blank 22:42

Data Download Date/Time: 05/12/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:08:1504/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:34

11:01

Monroe County SO

PEARLMAN,GREGG

03/05/2021

181692

FHP Troop E

CALHOUN,EVAN,R

ALMONTE

04/07/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:54

0.000Air Blank 11:54

0.079Control Test 11:55

0.000Air Blank 11:55

# 1 0.230Subject Sample 11:56

1.363Breath Volume 11:56

0.000Air Blank 11:57

0.000Air Blank 11:59

# 2 0.192Subject Sample 12:02 Volume Not Met

0.144Breath Volume 12:02

0.000Air Blank 12:03

0.000Air Blank 12:05

# 3 0.225Subject Sample 12:06

1.648Breath Volume 12:06

0.000Air Blank 12:07

0.076Control Test 12:07

0.000Air Blank 12:08

OKDiagnostics Check 12:08

Data Download Date/Time: 05/12/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:3704/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

20:49

Monroe County SO

GUERRA,WILLIAM

03/05/2021

181692

Monroe County SO

GUERRA,WILLIAM,J

TEAGUE

04/07/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 21:59

# 1 0.159Subject Sample 22:00

1.769Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.165Subject Sample 22:03

2.601Breath Volume 22:03

0.000Air Blank 22:04

0.076Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 05/12/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:3204/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

03:50

Key West PD

DONAVON,KATHLEEN

03/05/2021

181692

Monroe County SO

MOGERLEY,NEIL,F

FONSECA

04/07/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.080Control Test 05:04

0.000Air Blank 05:04

# 1Subject Sample 05:05 Subject Test Refused

0.000Breath Volume 05:05

0.000Air Blank 05:05

0.079Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 05/12/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:09:5504/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:37

Monroe County SO

HRADECKY,CORBIN

12/11/2021

1060911

Monroe County SO

HRADECKY,CORBIN,J

ALVAREZ

04/06/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:05

0.000Air Blank 18:06

0.079Control Test 18:06

0.000Air Blank 18:07

# 1Subject Sample 18:08 Subject Test Refused

0.000Breath Volume 18:08

0.000Air Blank 18:09

0.080Control Test 18:09

0.000Air Blank 18:09

OKDiagnostics Check 18:09

Data Download Date/Time: 05/05/2020 11:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1104/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:08

Monroe County SO

HRADECKY,CORBIN

12/11/2021

1060911

Monroe County SO

HRADECKY,CORBIN,J

MADISON

04/06/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.081Control Test 00:40

0.000Air Blank 00:40

# 1 0.268Subject Sample 00:41

1.746Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:43

# 2 0.266Subject Sample 00:44

1.527Breath Volume 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 05/05/2020 11:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:2504/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:39

Monroe County SO

ELMORE,BENJAMIN

12/11/2021

1060911

Monroe County SO

ELMORE,BENJAMIN,R

MULLEN

04/06/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.080Control Test 20:34

0.000Air Blank 20:34

# 1Subject Sample 20:35 Subject Test Refused

0.000Breath Volume 20:35

0.000Air Blank 20:35

0.080Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 05/05/2020 11:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:0204/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:08

Monroe County SO

HRADECKY,CORBIN

12/11/2021

1060911

Monroe County SO

HRADECKY,CORBIN,J

BORREGO

04/06/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.080Control Test 21:36

0.000Air Blank 21:36

# 1Subject Sample 21:37 Subject Test Refused

0.000Breath Volume 21:37

0.000Air Blank 21:38

0.080Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:39

Data Download Date/Time: 05/05/2020 11:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4704/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:50

Monroe County SO

CRISTEA,VICTOR

12/11/2021

1060911

Monroe County SO

QUINTERO,LISSETTE,

JOHNSON

04/06/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1 0.000Subject Sample 04:27

3.445Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.000Subject Sample 04:30

3.382Breath Volume 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 05/05/2020 11:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:4504/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:04

Monroe County SO

MOMPOINT,DESLILES

12/11/2021

1060911

Monroe County SO

QUINTERO,LISSETTE,

ROSE

04/06/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.079Control Test 23:38

0.000Air Blank 23:39

# 1Subject Sample 23:39 Subject Test Refused

0.000Breath Volume 23:39

0.000Air Blank 23:39

0.080Control Test 23:40

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 05/05/2020 11:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:5504/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:40

FHP Troop B

MINTON,BLAKE

12/13/2020

875088

FHP Troop B

MINTON,BLAKE,E

POZEG

03/25/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.081Control Test 00:12

0.000Air Blank 00:12

# 1 0.000Subject Sample 00:13

3.554Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.000Subject Sample 00:16

2.718Breath Volume 00:16

0.000Air Blank 00:16

0.081Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 04/24/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:57:0104/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:33

11:25

FHP Troop B

ORCHARD,DUSTIN

12/12/2020

875088

FHP Troop B

ORCHARD,DUSTIN,M

MARTIN

03/25/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:54

0.000Air Blank 12:54

0.081Control Test 12:54

0.000Air Blank 12:55

# 1Subject Sample 12:56 Sequence Aborted

0.000Breath Volume 12:56

0.000Air Blank 12:57

Data Download Date/Time: 04/24/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:0704/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

20:12

Marion County SO

PETERSON,KIP

12/13/2022

1249794

Marion County SO

PETERSON,KIP,J

GILKISON

03/25/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.081Control Test 21:08

0.000Air Blank 21:09

# 1Subject Sample 21:09 Subject Test Refused

0.000Breath Volume 21:09

0.000Air Blank 21:10

0.082Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 04/24/2020 12:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007173CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:3204/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:50

Walton County SO

YOST,CRAIG

09/05/2021

1012059

Walton County SO

ELLISON,STEVEN,L

CAMPBELL

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.078Control Test 23:51

0.000Air Blank 23:51

# 1Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 04/27/2020 13:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007173CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5704/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

22:11

Walton County SO

SCHULTZ,JEREMY

09/05/2021

1012059

Walton County SO

SCHULTZ,JEREMY,J

CRUZ CRUZ

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:13

# 1 0.154Subject Sample 01:14

2.554Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.144Subject Sample 01:17

2.085Breath Volume 01:17

0.000Air Blank 01:17

0.078Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 04/27/2020 13:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007173CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3004/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

22:47

Walton County SO

PATTERSON,RYAN

09/05/2021

1012059

Walton County SO

SCHULTZ,JEREMY,J

CORTES MICHUA

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.079Control Test 00:57

0.000Air Blank 00:58

# 1 0.105Subject Sample 00:59

1.992Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:01

# 2 0.106Subject Sample 01:04 Volume Not Met

0.210Breath Volume 01:04

0.000Air Blank 01:06

0.000Air Blank 01:07

# 3 0.101Subject Sample 01:10

2.589Breath Volume 01:10

0.000Air Blank 01:11

0.074Control Test 01:11 Control Outside Tolerance

0.000Air Blank 01:12

Data Download Date/Time: 04/27/2020 13:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007173CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:2004/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

23:53

Walton County SO

SCHULTZ,JEREMY

09/05/2021

1012059

Walton County SO

SCHULTZ,JEREMY,J

CORTES MICHUA

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.069Control Test 01:17 Control Outside Tolerance

0.000Air Blank 01:18

Data Download Date/Time: 04/27/2020 13:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007173CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:5204/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

22:47

Walton County SO

PATTERSON,RYAN

09/05/2021

1012059

Walton County SO

SCHULTZ,JEREMY,J

CORTES MICHUA

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.072Control Test 01:21 Control Outside Tolerance

0.000Air Blank 01:21

Data Download Date/Time: 04/27/2020 13:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3704/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:20

Pensacola PD

HARMON,MICHAEL

01/05/2022

30219080A3

Pensacola PD

HARMON,MICHAEL,A

WRIGHT

03/26/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 2 0.122Subject Sample 23:59

2.792Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.120Subject Sample 00:03

2.648Breath Volume 00:03

0.000Air Blank 00:03

0.078Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 04/21/2020 00:48

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:42:3504/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

17:07

Pensacola PD

MARTINEZ,HENDRICK

01/05/2022

30219080A3

Pensacola PD

MARTINEZ,HENDRICK,J

SUDMAN

03/26/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:35

0.000Air Blank 17:36

0.079Control Test 17:36

0.000Air Blank 17:37

# 1 0.020Subject Sample 17:37

1.664Breath Volume 17:37

0.000Air Blank 17:38

0.000Air Blank 17:40

# 2 0.019Subject Sample 17:41

1.515Breath Volume 17:41

0.000Air Blank 17:41

0.078Control Test 17:42

0.000Air Blank 17:42

OKDiagnostics Check 17:42

Data Download Date/Time: 04/21/2020 00:48

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1904/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:56

Pensacola PD

GLASS,DREW

01/05/2022

30219080A3

Pensacola PD

TASCHETTA,JOSEPH,S

MCGHEE

03/26/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.077Control Test 03:39

0.000Air Blank 03:40

# 1 0.236Subject Sample 03:40

4.753Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.228Subject Sample 03:43

3.695Breath Volume 03:43

0.000Air Blank 03:44

0.076Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 04/21/2020 00:48

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:5004/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:12

Pensacola PD

ALIUS,WALBYNA

01/05/2022

30219080A3

Pensacola PD

LEACH,ZACHARY,M

GALATIS

03/26/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:34

# 1 0.162Subject Sample 01:35

1.773Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:37

# 2 0.158Subject Sample 01:38

1.101Breath Volume 01:38

0.000Air Blank 01:38

0.077Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 04/21/2020 00:48

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:49:5604/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:16

15:16

Pensacola PD

SKIPPER,KYLE

01/05/2022

30219080A3

Pensacola PD

SKIPPER,KYLE,A

BROWN

03/26/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:44

0.000Air Blank 15:44

0.079Control Test 15:44

0.000Air Blank 15:45

# 1 0.047Subject Sample 15:45

4.402Breath Volume 15:45

0.000Air Blank 15:46

0.000Air Blank 15:48

# 2Subject Sample 15:48 RFI Detect

0.000Breath Volume 15:48

0.000Air Blank 15:49

0.077Control Test 15:49

0.000Air Blank 15:49

OKDiagnostics Check 15:49

Data Download Date/Time: 04/21/2020 00:48

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:4404/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:19

Pensacola PD

HARMON,MICHAEL

01/05/2022

30219080A3

Pensacola PD

HARMON,MICHAEL,A

BELLANOVA

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:13

0.000Air Blank 20:13

0.078Control Test 20:14

0.000Air Blank 20:14

# 1 0.253Subject Sample 20:15

1.402Breath Volume 20:15

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.256Subject Sample 20:18

2.027Breath Volume 20:18

0.000Air Blank 20:18

0.076Control Test 20:19

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 04/21/2020 00:48

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:4204/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:42

Pensacola PD

HARMON,MICHAEL

01/05/2022

30219080A3

Pensacola PD

HARMON,MICHAEL,A

GREEN

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:21

0.079Control Test 18:21

0.000Air Blank 18:22

# 1Subject Sample 18:23 Subject Test Refused

0.000Breath Volume 18:23

0.000Air Blank 18:23

0.079Control Test 18:24

0.000Air Blank 18:24

OKDiagnostics Check 18:24

Data Download Date/Time: 05/27/2020 20:48

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:3304/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:36

Walton County SO

VENTRY,WILLIS

01/05/2022

30219080A3

Walton County SO

COKONOUGHER,ROBERT,F

MEDINA

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.077Control Test 00:35

0.000Air Blank 00:36

# 1Subject Sample 00:39 No Sample Provided

0.000Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2Subject Sample 00:45 No Sample Provided

0.000Breath Volume 00:45

0.000Air Blank 00:45

0.078Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 04/22/2020 16:19

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:5404/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:11

Walton County SO

SCHULTZ,JEREMY

01/05/2022

30219080A3

Walton County SO

SCHULTZ,JEREMY,J

CRUZ

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.078Control Test 22:56

0.000Air Blank 22:56

# 1 0.188Subject Sample 22:59

2.117Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:01

# 2 0.192Subject Sample 23:02

3.218Breath Volume 23:02

0.000Air Blank 23:02

0.071Control Test 23:03 Control Outside Tolerance

0.000Air Blank 23:03

Data Download Date/Time: 04/22/2020 16:19

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:4604/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:11

Walton County SO

SCHULTZ,JEREMY

01/05/2022

30219080A3

Walton County SO

SCHULTZ,JEREMY,J

CRUZ

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.074Control Test 23:31 Control Outside Tolerance

0.000Air Blank 23:31

Data Download Date/Time: 04/22/2020 16:19

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:35:1604/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:34

FHP Troop A

SAWYER,DARRYL

01/05/2022

30219080A3

FHP Troop A

SAWYER,DARRYL,B

SINGLETARY

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:25

0.000Air Blank 15:25

0.076Control Test 15:26

0.000Air Blank 15:26

# 1 0.256Subject Sample 15:27

1.816Breath Volume 15:27

0.000Air Blank 15:28

0.000Air Blank 15:30

# 2 0.295Subject Sample 15:30

2.503Breath Volume 15:30

0.000Air Blank 15:31

0.000Air Blank 15:33

# 3 0.278Subject Sample 15:33

2.253Breath Volume 15:33

0.000Air Blank 15:34

0.075Control Test 15:34

0.000Air Blank 15:35

OKDiagnostics Check 15:35

Data Download Date/Time: 04/22/2020 16:19

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:2904/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:27

Walton County SO

PATTERSON,RYAN

01/05/2022

30219080A3

Walton County SO

SCHULTZ,JEREMY,J

CAINE

04/22/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.077Control Test 22:28

0.000Air Blank 22:29

# 1Subject Sample 22:32 No Sample Provided

0.000Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2Subject Sample 22:38 No Sample Provided

0.000Breath Volume 22:38

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 05/17/2020 10:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:4104/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:57

Walton County SO

PATTERSON,RYAN

01/05/2022

30219080A3

Walton County SO

CAREY,ANDREW,S

MENDOZA TORRES

04/22/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.079Control Test 01:54

0.000Air Blank 01:54

# 1Subject Sample 01:57 No Sample Provided

0.000Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2Subject Sample 02:03 No Sample Provided

0.000Breath Volume 02:03

0.000Air Blank 02:03

0.079Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 05/17/2020 10:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:4904/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:26

15:26

St. Augustine PD

CORREA,JONATHAN

12/11/2021

1060911

St. Augustine PD

CORREA,JONATHAN,E

ROBERTS

03/25/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:47

0.000Air Blank 15:48

0.079Control Test 15:48

0.000Air Blank 15:49

# 1 0.230Subject Sample 15:49

1.121Breath Volume 15:49

0.000Air Blank 15:50

0.000Air Blank 15:51

# 2 0.214Subject Sample 15:53

2.355Breath Volume 15:53

0.000Air Blank 15:53

0.079Control Test 15:54

0.000Air Blank 15:54

OKDiagnostics Check 15:54

Data Download Date/Time: 04/28/2020 09:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.


