
80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:1110/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:10

FHP Troop D

PONDER,CHRISTOPHER

01/06/2024

1433248

FHP Troop D

BASUALDO,DENEILLE,E

FREIN

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

Air Blank 21:07 RFI Detect

0.000Air Blank 21:08

Data Download Date/Time: 10/03/2021 22:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:5310/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:10

FHP Troop D

PONDER,CHRISTOPHER

01/06/2024

1433248

FHP Troop D

BASUALDO,DENEILLE,E

FREIN

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:12

# 1Subject Sample 21:13 Subject Test Refused

0.000Breath Volume 21:13

0.000Air Blank 21:13

0.080Control Test 21:14

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 10/03/2021 22:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:5210/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:30

Seminole County SO

NOTARIO,F

01/06/2024

1433248

Seminole County SO

GARCIA,RAY,

BOAL

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.079Control Test 23:21

0.000Air Blank 23:21

# 1 0.183Subject Sample 23:22

1.160Breath Volume 23:22

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.181Subject Sample 23:25

1.613Breath Volume 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1510/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:55

Seminole County SO

BELT,WILLIAM

01/06/2024

1433248

Altamonte Springs PD

GARCIA,RAY,

CABAJ

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:41

# 1 0.206Subject Sample 03:42

2.042Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.181Subject Sample 03:47

1.503Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 3 0.191Subject Sample 03:50

2.136Breath Volume 03:50

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3810/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:02

Seminole County SO

GRUNAT,JERRY

01/06/2024

1433248

Seminole County SO

BETHAM,KEITH,D

FOREMAN

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:54

# 1 0.025Subject Sample 00:55

3.046Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.025Subject Sample 00:58

2.039Breath Volume 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2810/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:33

Seminole County SO

KARRIEM,DAVID

01/06/2024

1433248

Oviedo PD

BETHAM,KEITH,D

HEISE

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.183Subject Sample 01:29

1.703Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.175Subject Sample 01:32

1.382Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0410/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:19

Seminole County SO

UCELO,BRYAN

01/06/2024

1433248

Seminole County SO

GARCIA,RAY,

LUCAS MENDEZ

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.079Control Test 22:16

0.000Air Blank 22:17

# 1 0.203Subject Sample 22:17

1.500Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.200Subject Sample 22:20

1.238Breath Volume 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:22

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:3310/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:11

Seminole County SO

VIRGILIO,ESTEVES

01/06/2024

1433248

FHP Troop D

GARCIA,RAY,

FURBOTER

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.080Control Test 22:41

0.000Air Blank 22:41

# 1 0.101Subject Sample 22:42

1.582Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.102Subject Sample 22:45

1.621Breath Volume 22:45

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4410/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:59

Seminole County SO

CLAUDIO,ALBERTO

01/06/2024

1433248

Sanford PD

GARCIA,RAY,

TOBON

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

# 1 0.226Subject Sample 02:16

2.136Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.241Subject Sample 02:20

3.988Breath Volume 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:3810/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

19:16

Seminole County SO

RAMOS,MARK

01/06/2024

1433248

Casselberry PD

GARCIA,RAY,

TOWLES

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1 0.158Subject Sample 21:55

2.558Breath Volume 21:55

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.156Subject Sample 21:58

2.804Breath Volume 21:58

0.000Air Blank 21:58

0.080Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:0510/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:14

Seminole County SO

HANNAH,CHANDLER

01/06/2024

1433248

Sanford PD

BETHAM,KEITH,D

LACINE

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.079Control Test 22:12

0.000Air Blank 22:13

# 1 0.210Subject Sample 22:14

1.843Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.217Subject Sample 22:17

2.828Breath Volume 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:0410/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:13

Seminole County SO

GRUNAT,JERRY

01/06/2024

1433248

Seminole County SO

BERRIOS,STEPHANIE,A

METHVEN

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:11

# 1 0.099Subject Sample 00:12

2.109Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:14

# 2 0.099Subject Sample 00:15

2.128Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:17

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:5510/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:06

Seminole County SO

GRUNAT,JERRY

01/06/2024

1433248

Seminole County SO

BERRIOS,STEPHANIE,A

OCHSE

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.079Control Test 04:49

0.000Air Blank 04:49

# 1 0.212Subject Sample 04:50

1.812Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:52

# 2 0.196Subject Sample 04:53

3.664Breath Volume 04:53

0.000Air Blank 04:54

0.078Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 10/31/2021 04:41

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:5010/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

20:40

Seminole County SO

ALLEN,IRA

01/06/2024

1433248

Seminole County SO

GARCIA,RAY,

MONTALVO

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

# 1 0.000Subject Sample 22:02

1.640Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.000Subject Sample 22:05

1.562Breath Volume 22:05

0.000Air Blank 22:05

0.080Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 10/31/2021 04:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:1610/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:07

Seminole County SO

BELT,WILLIAM

01/06/2024

1433248

Altamonte Springs PD

GARCIA,RAY,

WHIPKEY

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.079Control Test 00:05

0.000Air Blank 00:05

# 1 0.122Subject Sample 00:06

2.148Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.113Subject Sample 00:09

1.390Breath Volume 00:09

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 10/31/2021 04:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:3710/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:50

Seminole County SO

MISIR,KUMAR

01/06/2024

1433248

Maitland PD

GARCIA,RAY,

AGRAIT VELEZ

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.079Control Test 04:58

0.000Air Blank 04:58

# 1 0.021Subject Sample 05:00

1.964Breath Volume 05:00

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.020Subject Sample 05:03

1.203Breath Volume 05:03

0.000Air Blank 05:03

0.079Control Test 05:04

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 10/31/2021 04:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:0110/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:33

Sanford PD

HAMILTON,DWAYNE

01/06/2024

1433248

Sanford PD

KRUPA,KYLE,T

JUAREZ

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:27

# 1 0.220Subject Sample 22:27

3.363Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.216Subject Sample 22:30

2.687Breath Volume 22:30

0.000Air Blank 22:31

0.078Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:32

Data Download Date/Time: 10/31/2021 04:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:16:2010/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:46

11:53

Lake Mary PD

CAFFEY,QUENTAVIS

01/06/2024

1433248

Seminole County SO

RIDDLE,JAMES,A

BARBERIO

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:09

0.000Air Blank 13:09

0.080Control Test 13:09

0.000Air Blank 13:10

# 1 0.269Subject Sample 13:11

2.136Breath Volume 13:11

0.000Air Blank 13:12

0.000Air Blank 13:14

# 2 0.264Subject Sample 13:14

2.652Breath Volume 13:14

0.000Air Blank 13:15

0.079Control Test 13:15

0.000Air Blank 13:16

OKDiagnostics Check 13:16

Data Download Date/Time: 10/31/2021 04:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:5010/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:54

Sanford PD

SAAVEDRA,JUAN

01/06/2024

1433248

Casselberry PD

KRUPA,KYLE,T

BACA

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:04

0.079Control Test 20:04

0.000Air Blank 20:05

# 1 0.169Subject Sample 20:05

2.835Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:07

# 2 0.162Subject Sample 20:08

2.734Breath Volume 20:08

0.000Air Blank 20:08

0.080Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 10/31/2021 04:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:5410/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

20:46

Seminole County SO

MASSIP,LEONARDO

01/06/2024

1433248

Oviedo PD

BERRIOS,STEPHANIE,A

SPEIGLE

09/30/2021

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

# 1 0.000Subject Sample 22:07

3.265Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.000Subject Sample 22:10

2.996Breath Volume 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 10/31/2021 04:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:2210/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:14

Cocoa PD

NOLAND,P

01/05/2022

30219080A4

Cocoa PD

FRAZIER,JAMES,H

WILLIAM

10/22/2021

8100.27

COCOA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.079Control Test 21:05

0.000Air Blank 21:06

# 1 0.242Subject Sample 21:06

2.703Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.236Subject Sample 21:09

2.578Breath Volume 21:09

0.000Air Blank 21:10

0.079Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 11/12/2021 20:21

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:0410/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:37

Brevard County SO

LEME,SANTIAGO

01/05/2022

30219080A4

Brevard County SO

LEME,SANTIAGO,

LOPEZ

10/22/2021

8100.27

COCOA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.079Control Test 21:17

0.000Air Blank 21:17

# 1 0.080Subject Sample 21:18

2.105Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:20

# 2 0.079Subject Sample 21:21

1.972Breath Volume 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:23

Data Download Date/Time: 11/12/2021 20:21

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:4210/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:35

Brevard County SO

BACHELLER,ALEXANDRIA

01/05/2022

30219080A4

Brevard County SO

LEME,SANTIAGO,

DECEMBRE

10/22/2021

8100.27

COCOA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:20

# 1 0.000Subject Sample 00:21

1.265Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.000Subject Sample 00:24

1.300Breath Volume 00:24

0.000Air Blank 00:24

0.077Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 11/12/2021 20:21

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:2710/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

03:22

Brevard County SO

VILLACRES,NICHOLAS

01/05/2022

30219080A4

Brevard County SO

VILLACRES,NICHOLAS,J

MCLARREN

10/22/2021

8100.27

COCOA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:45

0.080Control Test 05:46

0.000Air Blank 05:46

# 1Subject Sample 05:47 Subject Test Refused

0.000Breath Volume 05:47

0.000Air Blank 05:48

0.081Control Test 05:48

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 11/12/2021 20:21

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:4010/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:32

Satellite Beach PD

YBARRA,AIMEE

05/14/2023

1327124

Satellite Beach PD

HOUSMAN,JOHN,D

ELLINGSON

10/20/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.077Control Test 22:15

0.000Air Blank 22:15

# 1 0.166Subject Sample 22:16

2.035Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.168Subject Sample 22:20

1.406Breath Volume 22:20

0.000Air Blank 22:20

0.076Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 11/29/2021 18:30

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:2210/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:41

Satellite Beach PD

WHITE,CHRISTOPHER

05/14/2023

1327124

Satellite Beach PD

TRIEBELL,DON,R

ROBINSON

10/20/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.076Control Test 02:25

0.000Air Blank 02:25

# 1 0.183Subject Sample 02:26

1.984Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:28

# 2 0.188Subject Sample 02:29

2.515Breath Volume 02:29

0.000Air Blank 02:30

0.076Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 11/29/2021 18:30

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:3910/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:25

Satellite Beach PD

WHITE,CHRISTOPHER

05/14/2023

1327124

Satellite Beach PD

TRIEBELL,DON,R

WRIGHT

10/20/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.077Control Test 02:07

0.000Air Blank 02:07

# 1 0.228Subject Sample 02:08

2.375Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.200Subject Sample 02:12

2.382Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 3 0.204Subject Sample 02:15

3.277Breath Volume 02:15

0.000Air Blank 02:15

0.075Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 11/29/2021 18:30

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:3910/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:36

Satellite Beach PD

IERVASI,MAURIZIO

05/14/2023

1327124

Melbourne PD

TRIEBELL,DON,R

PITTS

10/20/2021

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.078Control Test 21:31

0.000Air Blank 21:31

# 1 0.291Subject Sample 21:32

3.179Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.284Subject Sample 21:35

3.402Breath Volume 21:35

0.000Air Blank 21:35

0.076Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 11/29/2021 18:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:1910/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:01

Hardee County SO

SUSTAITA,CRISTIAN

01/15/2022

1076482

Hardee County SO

RODRIGUEZ,RAYNALDO,

HORNE

10/10/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:31

0.000Air Blank 01:31

# 1Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 11/24/2021 12:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:5410/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:35

Hardee County SO

RAGLIN,JEREMMY

01/15/2022

1076482

Wauchula PD

MONEY,MARY,L

VAZQUEZ

10/10/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:15

# 1 0.116Subject Sample 04:16

2.082Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:18

# 2 0.110Subject Sample 04:19

1.800Breath Volume 04:19

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 11/24/2021 12:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:1610/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:51

Hardee County SO

WILLIAMS,KIANA

01/15/2022

1076482

Hardee County SO

MONEY,MARY,L

SUTTON

10/10/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.079Control Test 22:42

0.000Air Blank 22:42

# 1Subject Sample 22:42 Subject Test Refused

0.000Breath Volume 22:42

0.000Air Blank 22:43

0.078Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 11/24/2021 12:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:5710/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:02

Hardee County SO

BROWN,JAKEVIS

01/15/2022

1076482

Bowling Green PD

RODRIGUEZ,RAYNALDO,

ROMAN ALVISO

10/10/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:33

0.079Control Test 21:33

0.000Air Blank 21:34

# 1 0.261Subject Sample 21:34

1.496Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.214Subject Sample 21:38

1.484Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 3 0.221Subject Sample 21:41

2.304Breath Volume 21:41

0.000Air Blank 21:42

0.077Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 11/24/2021 12:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:1610/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

02:11

Hardee County SO

JABLONSKI,MARK

01/15/2022

1076482

FHP Troop F

MONEY,MARY,L

MARSHALL

10/10/2021

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

# 1 0.132Subject Sample 04:25

1.894Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.126Subject Sample 04:28

1.367Breath Volume 04:28

0.000Air Blank 04:29

0.078Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 11/24/2021 12:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1110/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:54

Pinellas County SO

MILLER,CRISTIAN

05/04/2022

AG012501

Pinellas County SO

MILLER,CRISTIAN,D

NELSON

09/23/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:56

0.000Air Blank 01:56

# 1 0.227Subject Sample 01:57

2.539Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.211Subject Sample 02:00

2.472Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 10/30/2021 00:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:4510/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:18

Pinellas County SO

COLMAN,MONICA

05/04/2022

AG012501

Pinellas County SO

MILLER,CRISTIAN,D

CHHAM

09/23/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:03

# 1 0.165Subject Sample 03:04

1.871Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.164Subject Sample 03:07

2.304Breath Volume 03:07

0.000Air Blank 03:07

0.080Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 10/30/2021 00:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:2710/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

03:08

FHP Troop C

COLE,DANIEL

05/04/2022

AG012501

FHP Troop C

COLE,DANIEL,A

AVITABLE

09/23/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.081Control Test 03:33

0.000Air Blank 03:33

# 1 0.000Subject Sample 03:35

2.917Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.000Subject Sample 03:38

2.269Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 10/30/2021 00:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:5510/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:18

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

ADAS

09/23/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

# 1 0.067Subject Sample 04:03

1.773Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.068Subject Sample 04:06

2.128Breath Volume 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 10/30/2021 00:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2310/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:55

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

SOSA FLORES

09/23/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:01

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:02

0.081Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 10/30/2021 03:21

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:05:5210/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

01:25

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

QUINN

10/28/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:03

0.000Air Blank 16:03

0.081Control Test 16:03

0.000Air Blank 16:04

# 1Subject Sample 16:04 Subject Test Refused

0.000Breath Volume 16:04

0.000Air Blank 16:04

0.080Control Test 16:05

0.000Air Blank 16:05

OKDiagnostics Check 16:05

Data Download Date/Time: 10/30/2021 03:21

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:4410/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:48

Pinellas County SO

LANEY,DAMON

05/04/2022

AG012501

Pinellas County SO

LANEY,DAMON,A

STEINKE

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:23

# 1 0.190Subject Sample 00:24

2.988Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.187Subject Sample 00:27

2.546Breath Volume 00:27

0.000Air Blank 00:27

0.079Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 10/29/2021 22:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0710/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:35

Pinellas County SO

EASTTY,MARK

05/04/2022

AG012501

Pinellas County SO

EASTTY,MARK,L

BICKET

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:41

# 1 0.162Subject Sample 02:42

1.578Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.162Subject Sample 02:45

2.085Breath Volume 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 10/29/2021 22:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:1210/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:56

Pinellas County SO

MITCHELL,ALEXANDRA

05/04/2022

AG012501

Pinellas County SO

MITCHELL,ALEXANDRA,

FITZHERBERT

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:22

# 1 0.049Subject Sample 00:22

1.589Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.051Subject Sample 00:25

1.347Breath Volume 00:25

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 10/29/2021 22:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3210/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

02:22

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

MCCARTHY

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 10/29/2021 22:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3110/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

03:34

Pinellas County SO

GAMBEL,ZOE

05/04/2022

AG012501

Pinellas County SO

GAMBEL,ZOE,E

PARANI

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:38

# 1 0.261Subject Sample 03:39

1.484Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.242Subject Sample 03:42

1.183Breath Volume 03:42

0.000Air Blank 03:43

0.078Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 10/29/2021 22:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:2210/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:59

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

RIVERA

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.078Control Test 04:24

0.000Air Blank 04:25

# 1 0.129Subject Sample 04:27

1.390Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.127Subject Sample 04:33 Volume Not Met

0.085Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:35

# 3Subject Sample 04:35 Subject Test Refused

0.000Breath Volume 04:35

0.000Air Blank 04:36

0.077Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 10/29/2021 22:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:5410/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:49

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

ROSS

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.079Control Test 01:00

0.000Air Blank 01:00

# 1 0.121Subject Sample 01:02

1.875Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.106Subject Sample 01:06

1.269Breath Volume 01:06

0.000Air Blank 01:06

0.078Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 10/29/2021 22:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3910/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:48

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

MASTALSKI

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

# 1 0.197Subject Sample 01:59

1.789Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.197Subject Sample 02:03

2.046Breath Volume 02:03

0.000Air Blank 02:03

0.079Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 10/29/2021 22:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5810/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:32

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

TEMPLE,ELIZABETH,R

GOODWIN

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

# 1 0.000Subject Sample 02:45

1.960Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.000Subject Sample 02:48

1.800Breath Volume 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 10/29/2021 22:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:3810/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

01:17

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

ALLEN

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

# 1Subject Sample 01:28 No Sample Provided

0.000Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:31

0.079Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/30/2021 00:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0610/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

02:10

Pinellas County SO

REIDY,TYLER

05/04/2022

AG012501

Pinellas County SO

EASTTY,MARK,L

LAKEY

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.079Control Test 02:16

0.000Air Blank 02:16

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:18

Data Download Date/Time: 10/30/2021 00:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:5310/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

23:12

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

ALLEN

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:20

# 1 0.000Subject Sample 23:20

2.972Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.000Subject Sample 23:23

2.679Breath Volume 23:23

0.000Air Blank 23:23

0.079Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 10/30/2021 00:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:3410/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:22

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

TEMPLE,ELIZABETH,R

NELSON

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.079Control Test 23:31

0.000Air Blank 23:31

# 1 0.000Subject Sample 23:32

1.703Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.000Subject Sample 23:35

1.464Breath Volume 23:35

0.000Air Blank 23:35

0.079Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 10/30/2021 00:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5310/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

02:15

Pinellas County SO

HIRSHMAN,BRIAN

05/04/2022

AG012501

Pinellas County SO

HIRSHMAN,BRIAN,J

CARO LINARES

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:24

# 1 0.103Subject Sample 02:25

1.636Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:27

# 2 0.100Subject Sample 02:28

1.578Breath Volume 02:28

0.000Air Blank 02:28

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 10/30/2021 00:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3910/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

03:10

Pinellas County SO

BLAKE,LEVI

05/04/2022

AG012501

Pinellas County SO

BLAKE,LEVI,S

BIGELOW

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.078Control Test 03:15

0.000Air Blank 03:16

# 1Subject Sample 03:16 Subject Test Refused

0.000Breath Volume 03:16

0.000Air Blank 03:16

0.079Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 10/30/2021 00:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0610/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:57

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

TEMPLE,ELIZABETH,R

BUNNELL

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

# 1 0.290Subject Sample 03:04

1.925Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.297Subject Sample 03:07

1.714Breath Volume 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:09

Data Download Date/Time: 10/30/2021 00:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4810/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:56

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

TEMPLE,ELIZABETH,R

HEBERT

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

# 1 0.000Subject Sample 02:07

2.578Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.000Subject Sample 02:10

2.734Breath Volume 02:10

0.000Air Blank 02:10

0.078Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 10/30/2021 00:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:3210/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:36

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

TEMPLE,ELIZABETH,R

REILLY

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:43

# 1Subject Sample 01:43 Subject Test Refused

0.000Breath Volume 01:43

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 10/30/2021 00:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2010/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

03:12

Pinellas County SO

TEMPLE,ELIZABETH

05/04/2022

AG012501

Pinellas County SO

TEMPLE,ELIZABETH,R

PRAJAPATI

09/24/2021

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:18

# 1 0.131Subject Sample 03:19

2.019Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.137Subject Sample 03:22

1.574Breath Volume 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 10/30/2021 00:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:0210/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:57

Indialantic PD

TEJEDA,LUISMARIEL

01/05/2022

30219080A4

Melbourne Beach PD

BEAL,ADAM,M

ROJAS PETIT

09/27/2021

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:35

# 1 0.228Subject Sample 04:36

2.460Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:38

# 2 0.228Subject Sample 04:39

3.148Breath Volume 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:41

Data Download Date/Time: 10/22/2021 10:07

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:32:1410/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:57

05:31

Melbourne Beach PD

MARTIN,ZACHARY

01/05/2022

30219080A4

Melbourne Beach PD

MARTIN,ZACHARY,C

CASTELLANO

09/27/2021

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:26

0.000Air Blank 06:26

0.080Control Test 06:26

0.000Air Blank 06:27

# 1 0.120Subject Sample 06:27

2.683Breath Volume 06:27

0.000Air Blank 06:28

0.000Air Blank 06:30

# 2 0.120Subject Sample 06:30

2.968Breath Volume 06:30

0.000Air Blank 06:31

0.080Control Test 06:31

0.000Air Blank 06:32

OKDiagnostics Check 06:32

Data Download Date/Time: 10/22/2021 10:07

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:37:2610/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:45

10:45

Haines City PD

GONZALEZ,GEORGE

03/19/2022

1111579

Haines City PD

GONZALEZ,GEORGE,

PETIT-FRERE

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:30

0.000Air Blank 11:31

0.080Control Test 11:31

0.000Air Blank 11:32

# 1 0.000Subject Sample 11:32

2.136Breath Volume 11:32

0.000Air Blank 11:33

0.000Air Blank 11:35

# 2 0.000Subject Sample 11:36

2.113Breath Volume 11:36

0.000Air Blank 11:36

0.081Control Test 11:36

0.000Air Blank 11:37

OKDiagnostics Check 11:37

Data Download Date/Time: 10/31/2021 09:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2810/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:03

Haines City PD

BRUNER,SEAN

03/19/2022

1111579

Haines City PD

BRUNER,SEAN,R

SWIFT

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.081Control Test 00:40

0.000Air Blank 00:41

# 1 0.222Subject Sample 00:42

1.121Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.237Subject Sample 00:46

1.191Breath Volume 00:46

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 10/31/2021 09:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:2810/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:52

Haines City PD

BRUNER,SEAN

03/19/2022

1111579

Haines City PD

BRUNER,SEAN,R

CARATTINI SIMONETTY

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

# 1 0.171Subject Sample 02:54

1.113Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.168Subject Sample 02:57

2.066Breath Volume 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 10/31/2021 09:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:03:3610/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:30

11:30

Haines City PD

SMITH,CHAD

03/19/2022

1111579

Haines City PD

SMITH,CHAD,B

DORT

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:57

0.000Air Blank 11:58

0.081Control Test 11:58

0.000Air Blank 11:58

# 1 0.000Subject Sample 11:59

1.625Breath Volume 11:59

0.000Air Blank 11:59

0.000Air Blank 12:01

# 2 0.000Subject Sample 12:02

2.183Breath Volume 12:02

0.000Air Blank 12:02

0.081Control Test 12:02

0.000Air Blank 12:03

OKDiagnostics Check 12:03

Data Download Date/Time: 10/31/2021 09:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:36:4810/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:00

15:00

Haines City PD

SMITH,CHAD

03/19/2022

1111579

Haines City PD

SMITH,CHAD,B

PUPO

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:30

0.000Air Blank 15:31

0.081Control Test 15:31

0.000Air Blank 15:32

# 1 0.000Subject Sample 15:32

2.277Breath Volume 15:32

0.000Air Blank 15:33

0.000Air Blank 15:35

# 2 0.000Subject Sample 15:35

2.683Breath Volume 15:35

0.000Air Blank 15:35

0.080Control Test 15:36

0.000Air Blank 15:36

OKDiagnostics Check 15:36

Data Download Date/Time: 10/31/2021 09:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:45:5010/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:10

15:10

Haines City PD

SMITH,CHAD

03/19/2022

1111579

Haines City PD

SMITH,CHAD,B

SCARBOROUGH

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:39

0.000Air Blank 15:40

0.081Control Test 15:40

0.000Air Blank 15:41

# 1 0.000Subject Sample 15:41

2.343Breath Volume 15:41

0.000Air Blank 15:42

0.000Air Blank 15:44

# 2 0.000Subject Sample 15:44

2.031Breath Volume 15:44

0.000Air Blank 15:44

0.081Control Test 15:45

0.000Air Blank 15:45

OKDiagnostics Check 15:45

Data Download Date/Time: 10/31/2021 09:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:41:4910/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:02

10:00

Haines City PD

SMITH,CHAD

03/19/2022

1111579

Haines City PD

SMITH,CHAD,B

MORALES

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:35

0.000Air Blank 10:36

0.081Control Test 10:36

0.000Air Blank 10:37

# 1 0.000Subject Sample 10:37

2.605Breath Volume 10:37

0.000Air Blank 10:38

0.000Air Blank 10:40

# 2 0.000Subject Sample 10:40

2.386Breath Volume 10:40

0.000Air Blank 10:40

0.080Control Test 10:41

0.000Air Blank 10:41

OKDiagnostics Check 10:41

Data Download Date/Time: 10/31/2021 09:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:51:0710/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:12

10:02

Haines City PD

SMITH,CHAD

03/19/2022

1111579

Haines City PD

SMITH,CHAD,B

MC ERLEAN

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:45

0.000Air Blank 10:45

0.080Control Test 10:45

0.000Air Blank 10:46

# 1 0.000Subject Sample 10:46

1.988Breath Volume 10:46

0.000Air Blank 10:47

0.000Air Blank 10:49

# 2 0.000Subject Sample 10:49

1.753Breath Volume 10:49

0.000Air Blank 10:50

0.081Control Test 10:50

0.000Air Blank 10:51

OKDiagnostics Check 10:51

Data Download Date/Time: 10/31/2021 09:42

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:00:1510/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:12

10:12

Haines City PD

SMITH,CHAD

03/19/2022

1111579

Haines City PD

SMITH,CHAD,B

DESIR

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:54

0.000Air Blank 10:54

0.080Control Test 10:55

0.000Air Blank 10:55

# 1 0.000Subject Sample 10:56

1.480Breath Volume 10:56

0.000Air Blank 10:56

0.000Air Blank 10:58

# 2 0.000Subject Sample 10:58

1.484Breath Volume 10:58

0.000Air Blank 10:59

0.081Control Test 10:59

0.000Air Blank 11:00

OKDiagnostics Check 11:00

Data Download Date/Time: 10/31/2021 09:43

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:3910/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:40

Haines City PD

BRUNER,SEAN

03/19/2022

1111579

Haines City PD

BRUNER,SEAN,R

GOODSON

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.082Control Test 01:19

0.000Air Blank 01:19

# 1 0.150Subject Sample 01:21

1.125Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.154Subject Sample 01:24

1.582Breath Volume 01:24

0.000Air Blank 01:24

0.080Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 10/31/2021 09:43

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:54:3810/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:20

09:20

Haines City PD

TURNER,LATORIAN

03/19/2022

1111579

Haines City PD

TURNER,LATORIAN,T

FUENTES

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:48

0.000Air Blank 09:49

0.080Control Test 09:49

0.000Air Blank 09:50

# 1 0.000Subject Sample 09:50

1.953Breath Volume 09:50

0.000Air Blank 09:50

0.000Air Blank 09:52

# 2 0.000Subject Sample 09:53

2.007Breath Volume 09:53

0.000Air Blank 09:53

0.080Control Test 09:54

0.000Air Blank 09:54

OKDiagnostics Check 09:54

Data Download Date/Time: 10/31/2021 09:43

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:23:0010/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

08:55

08:55

Haines City PD

TURNER,LATORIAN

03/19/2022

1111579

Haines City PD

TURNER,LATORIAN,T

PETITFRERE

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:17

0.000Air Blank 09:17

0.081Control Test 09:17

0.000Air Blank 09:18

# 1 0.000Subject Sample 09:18

2.363Breath Volume 09:18

0.000Air Blank 09:19

0.000Air Blank 09:21

# 2 0.000Subject Sample 09:21

1.984Breath Volume 09:21

0.000Air Blank 09:22

0.081Control Test 09:22

0.000Air Blank 09:22

OKDiagnostics Check 09:23

Data Download Date/Time: 10/31/2021 09:43

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:5410/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:34

Haines City PD

RICHETTI,KALEIGH

03/19/2022

1111579

Haines City PD

BRUNER,SEAN,R

RACHEL

09/23/2021

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.081Control Test 04:11

0.000Air Blank 04:11

# 1 0.105Subject Sample 04:12

1.824Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:14

# 2 0.100Subject Sample 04:15

1.187Breath Volume 04:15

0.000Air Blank 04:15

0.081Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 10/31/2021 09:43

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:36:0610/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

10:00

West Melbourne PD

WOLFF,ROSE

10/05/2022

22620080A2

FHP Troop D

GARRITY,THOMAS,A

RODRIGUEZ

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:30

0.000Air Blank 10:30

0.082Control Test 10:30

0.000Air Blank 10:31

# 1 0.000Subject Sample 10:31

2.093Breath Volume 10:31

0.000Air Blank 10:32

0.000Air Blank 10:34

# 2 0.000Subject Sample 10:34

1.843Breath Volume 10:34

0.000Air Blank 10:35

0.082Control Test 10:35

0.000Air Blank 10:36

OKDiagnostics Check 10:36

Data Download Date/Time: 10/27/2021 01:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:5710/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

17:23

West Melbourne PD

GARRITY,THOMAS

10/05/2022

22620080A2

West Melbourne PD

GARRITY,THOMAS,A

HALL

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.081Control Test 18:26

0.000Air Blank 18:27

# 1 0.271Subject Sample 18:27

1.335Breath Volume 18:27

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.281Subject Sample 18:31

1.148Breath Volume 18:31

0.000Air Blank 18:32

0.081Control Test 18:32

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 10/27/2021 01:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:1210/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:15

Melbourne PD

BLAZEWICZ,ALISON

10/05/2022

22620080A2

Melbourne PD

BLAZEWICZ,ALISON,E

SALAY

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.082Control Test 00:19

0.000Air Blank 00:19

# 1 0.000Subject Sample 00:20

1.414Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.000Subject Sample 00:23

1.281Breath Volume 00:23

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 10/27/2021 01:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:2310/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:56

Melbourne PD

BLAZEWICZ,ALISON

10/05/2022

22620080A2

Melbourne PD

BLAZEWICZ,ALISON,E

BONKKALSKI

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.082Control Test 00:11

0.000Air Blank 00:11

# 1 0.108Subject Sample 00:14 Volume Not Met

0.949Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.111Subject Sample 00:17

1.164Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 3 0.097Subject Sample 00:23 Volume Not Met

1.000Breath Volume 00:23

0.000Air Blank 00:24

0.083Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 10/27/2021 01:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:46:3910/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:01

10:59

West Melbourne PD

GIBBONS,LOGAN

10/05/2022

22620080A2

West Melbourne PD

RAU,BRITTNEY,D

DENONCOUR

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:40

0.000Air Blank 11:40

0.082Control Test 11:40

0.000Air Blank 11:41

# 1 0.085Subject Sample 11:42

1.460Breath Volume 11:42

0.000Air Blank 11:42

0.000Air Blank 11:44

# 2 0.081Subject Sample 11:45

1.136Breath Volume 11:45

0.000Air Blank 11:45

0.081Control Test 11:46

0.000Air Blank 11:46

OKDiagnostics Check 11:46

Data Download Date/Time: 10/27/2021 01:56

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:2010/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:02

West Melbourne PD

CASEY,COREY

10/05/2022

22620080A2

West Melbourne PD

CASEY,COREY,M

MENZEL

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.000Control Test 01:28 RFI Detect

0.000Air Blank 01:29

Data Download Date/Time: 10/27/2021 01:56

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:5510/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

01:02

West Melbourne PD

CASEY,COREY

10/05/2022

22620080A2

West Melbourne PD

CASEY,COREY,M

MENZEL

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.237Subject Sample 01:40

1.359Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:42

# 3 0.244Subject Sample 01:43

1.332Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 10/27/2021 01:56

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:1710/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:48

Brevard County SO

HOWARD,WILLIAM

10/05/2022

22620080A2

Brevard County SO

HOWARD,WILLIAM,

POOLE

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.082Control Test 22:35

0.000Air Blank 22:35

# 1 0.111Subject Sample 22:37

1.695Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.115Subject Sample 22:40

1.519Breath Volume 22:40

0.000Air Blank 22:41

0.082Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 10/27/2021 01:56

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3810/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:53

West Melbourne PD

RAUSCH,DAVID

10/05/2022

22620080A2

West Melbourne PD

CASEY,COREY,M

BROOKS

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.081Control Test 21:47

0.000Air Blank 21:47

# 1 0.304Subject Sample 21:49

1.617Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.296Subject Sample 21:51

1.972Breath Volume 21:51

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 10/27/2021 01:56

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:3310/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:21

West Melbourne PD

KAPLAN,MICHAEL

10/05/2022

22620080A2

West Melbourne PD

KAPLAN,MICHAEL,J

CATROPA

09/24/2021

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.082Control Test 20:54

0.000Air Blank 20:55

# 1Subject Sample 20:58 No Sample Provided

0.000Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2Subject Sample 21:01 Subject Test Refused

0.000Breath Volume 21:01

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 10/27/2021 01:56

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:4810/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:39

Palm Bay PD

LOGAN,JONATHAN

11/05/2022

24620080A2

Palm Bay PD

LOGAN,JONATHAN,

SCIANNA

09/28/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:11

0.080Control Test 21:12

0.000Air Blank 21:12

# 1 0.229Subject Sample 21:13

1.589Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:15

# 2 0.225Subject Sample 21:17

2.046Breath Volume 21:17

0.000Air Blank 21:17

0.080Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 10/27/2021 16:58

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:2510/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:37

Palm Bay PD

SMITH,KEVIN

11/05/2022

24620080A2

Palm Bay PD

LOGAN,JONATHAN,

BATCHER

09/28/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.080Control Test 03:13

0.000Air Blank 03:13

# 1 0.207Subject Sample 03:14

2.152Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:16

# 2 0.199Subject Sample 03:17

1.253Breath Volume 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 10/27/2021 16:58

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:4110/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:04

Brevard County SO

NEILL,MICHAEL

11/05/2022

24620080A2

Brevard County SO

NEILL,MICHAEL,A

CUMMINGS

09/28/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.079Control Test 21:06

0.000Air Blank 21:06

# 1 0.144Subject Sample 21:06

2.562Breath Volume 21:06

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.144Subject Sample 21:09

2.394Breath Volume 21:09

0.000Air Blank 21:10

0.078Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 10/27/2021 16:58

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3110/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:49

Brevard County SO

MORRIS,RYAN

11/05/2022

24620080A2

Brevard County SO

NEILL,MICHAEL,A

WELLBORN

09/28/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

# 1 0.166Subject Sample 01:30

2.175Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.155Subject Sample 01:33

2.253Breath Volume 01:33

0.000Air Blank 01:34

0.077Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 10/27/2021 16:58

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:0310/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:00

Palm Bay PD

ABROE,NICK

11/05/2022

24620080A2

Brevard Co Sch Bd

MCDONALD,COLE,M

CHURCH

09/28/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

# 1 0.000Subject Sample 02:53

2.566Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.000Subject Sample 02:56

2.632Breath Volume 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:58

Data Download Date/Time: 10/27/2021 16:59

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2210/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:44

Brevard County SO

MORRIS,RYAN

11/05/2022

24620080A2

Brevard County SO

NEILL,MICHAEL,A

OBRIEN

09/28/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1 0.209Subject Sample 01:42

1.675Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.204Subject Sample 01:45

2.226Breath Volume 01:45

0.000Air Blank 01:46

0.078Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 10/27/2021 16:59

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:1510/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:55

14:54

Palm Bay PD

TRIMBOLI,MELANIE

11/05/2022

24620080A2

Palm Bay PD

TRIMBOLI,MELANIE,M

MURPHY

09/28/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:27

0.000Air Blank 15:27

0.080Control Test 15:27

0.000Air Blank 15:28

# 1 0.000Subject Sample 15:28

2.296Breath Volume 15:28

0.000Air Blank 15:29

0.000Air Blank 15:31

# 2 0.000Subject Sample 15:31

1.546Breath Volume 15:31

0.000Air Blank 15:32

0.080Control Test 15:32

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 10/27/2021 16:59

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:2310/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

02:03

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

MORRIS

10/27/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

# 1 0.091Subject Sample 02:17

1.214Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.087Subject Sample 02:20

1.156Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 12/20/2021 15:43

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:2710/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

21:20

Palm Bay PD

LUTZ,EDWIN

11/05/2022

24620080A2

Palm Bay PD

LUTZ,EDWIN,J

HOLLYFIELD

10/27/2021

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:28

# 1 0.212Subject Sample 21:29

1.300Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.184Subject Sample 21:35 Volume Not Met

0.531Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:37

# 3 0.205Subject Sample 21:38

1.351Breath Volume 21:38

0.000Air Blank 21:39

0.078Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 12/20/2021 15:43

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:53:1410/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

05:47

Jacksonville SO

PRICE,J

05/05/2023

08121080A1

Jacksonville SO

WALKER,P,L

WASHINGTON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:50

0.000Air Blank 09:51

0.081Control Test 09:51

0.000Air Blank 09:52

# 1Subject Sample 09:52 Sequence Aborted

0.382Breath Volume 09:52

0.000Air Blank 09:53

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:02:5510/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

05:47

Jacksonville SO

PRICE,J

05/05/2023

08121080A1

Jacksonville SO

WALKER,P,L

WASHINGTON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:56

0.000Air Blank 09:56

0.082Control Test 09:56

0.000Air Blank 09:57

# 1 0.037Subject Sample 09:57

2.691Breath Volume 09:57

0.000Air Blank 09:58

0.000Air Blank 10:00

# 2 0.035Subject Sample 10:01

3.234Breath Volume 10:01

0.000Air Blank 10:01

0.081Control Test 10:02

0.000Air Blank 10:02

OKDiagnostics Check 10:02

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:42:1110/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:18

10:36

Jacksonville SO

SWEAT,G

05/05/2023

08121080A1

Jacksonville SO

WALKER,P,L

ANTHONY

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:39

0.000Air Blank 13:39

0.081Control Test 13:40

0.000Air Blank 13:40

# 1Subject Sample 13:40 Subject Test Refused

0.000Breath Volume 13:40

0.000Air Blank 13:41

0.082Control Test 13:41

0.000Air Blank 13:42

OKDiagnostics Check 13:42

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:09:5610/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:42

12:00

Jacksonville SO

LAMBERT,M

05/05/2023

08121080A1

Jacksonville SO

GRIFFIN,J,D

FLANNERY

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:03

0.000Air Blank 14:03

0.080Control Test 14:03

0.000Air Blank 14:04

# 1 0.016Subject Sample 14:05

1.191Breath Volume 14:05

0.000Air Blank 14:06

0.000Air Blank 14:07

# 2 0.014Subject Sample 14:08

1.605Breath Volume 14:08

0.000Air Blank 14:08

0.079Control Test 14:09

0.000Air Blank 14:09

OKDiagnostics Check 14:09

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:57:3310/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:30

07:30

Jacksonville SO

JOINER,D

05/05/2023

08121080A1

Atlantic Beach PD

ELDER,E,V

IVANOVA

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:51

0.000Air Blank 10:51

0.081Control Test 10:51

0.000Air Blank 10:52

# 1 0.213Subject Sample 10:52

2.542Breath Volume 10:52

0.000Air Blank 10:53

0.000Air Blank 10:55

# 2 0.221Subject Sample 10:55

1.859Breath Volume 10:55

0.000Air Blank 10:56

0.081Control Test 10:56

0.000Air Blank 10:57

OKDiagnostics Check 10:57

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5610/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:29

Jacksonville SO

HIXSON,C

05/05/2023

08121080A1

Jacksonville SO

JAMES,ALFONSO,

FRITZ

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:16

# 1 0.233Subject Sample 00:17

1.796Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.241Subject Sample 00:21

1.828Breath Volume 00:21

0.000Air Blank 00:21

0.079Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4410/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

02:50

Jacksonville SO

SIMMONS,M

05/05/2023

08121080A1

Jacksonville SO

POWELL,EDWARD,A

WRIGHT

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1 0.191Subject Sample 04:09

1.312Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.191Subject Sample 04:12

1.960Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:33:4710/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:07

11:15

Jacksonville SO

SPENCER,K

05/05/2023

08121080A1

Jacksonville SO

GIFFIN,J,D

KIEFER

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:27

0.000Air Blank 14:28

0.081Control Test 14:28

0.000Air Blank 14:28

# 1 0.000Subject Sample 14:29

2.734Breath Volume 14:29

0.000Air Blank 14:29

0.000Air Blank 14:31

# 2 0.000Subject Sample 14:32

3.214Breath Volume 14:32

0.000Air Blank 14:32

0.079Control Test 14:33

0.000Air Blank 14:33

OKDiagnostics Check 14:33

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1110/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:40

Jacksonville SO

PETERSON,J

05/05/2023

08121080A1

Jacksonville SO

POWELL,EDWARD,A

VELAZQUEZ VAZQUEZ

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:06

# 1 0.166Subject Sample 03:07

2.542Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:09

# 2 0.156Subject Sample 03:10

1.671Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:06:5410/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:39

07:30

Jacksonville SO

DENNARD,T

05/05/2023

08121080A1

Jacksonville SO

HOLIDAY,E,C

ALWAZANI

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:00

0.000Air Blank 11:00

0.081Control Test 11:00

0.000Air Blank 11:01

# 1 0.128Subject Sample 11:02

1.417Breath Volume 11:02

0.000Air Blank 11:02

0.000Air Blank 11:04

# 2 0.132Subject Sample 11:05

2.550Breath Volume 11:05

0.000Air Blank 11:05

0.079Control Test 11:06

0.000Air Blank 11:06

OKDiagnostics Check 11:06

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:2910/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

01:54

Jacksonville SO

FARLEY,J

05/05/2023

08121080A1

FHP Troop G

TERRELL,J,C

MLYNARSKI

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:50

# 1 0.245Subject Sample 03:51

1.644Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.254Subject Sample 03:54

2.058Breath Volume 03:54

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:2410/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:05

Jacksonville SO

DELBROCCO-BLUES,D

05/05/2023

08121080A1

Jacksonville SO

TERRELL,J,C

MCMAHAN

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.081Control Test 05:11

0.000Air Blank 05:11

# 1Subject Sample 05:11 Subject Test Refused

0.000Breath Volume 05:11

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:5710/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

19:58

Jacksonville SO

HICKS,S

05/05/2023

08121080A1

Jacksonville SO

SUTTON,B,

ANTHONY

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

# 1 0.198Subject Sample 23:27

1.644Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.215Subject Sample 23:31

2.000Breath Volume 23:31

0.000Air Blank 23:31

0.078Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1710/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

23:20

Jacksonville SO

LUGO,R

05/05/2023

08121080A1

Jacksonville SO

MIGGINS,R,B

SUTTER

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:19

# 1Subject Sample 01:19 Subject Test Refused

0.000Breath Volume 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2210/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:07

Jacksonville SO

LAQUIDARA,A

05/05/2023

08121080A1

Jacksonville SO

TERRELL,J,C

CRUZ RODRIGUEZ

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

# 1 0.000Subject Sample 02:12

3.683Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.000Subject Sample 02:15

3.761Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 10/18/2021 14:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5210/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

23:43

Jacksonville SO

RODRIGUEZ,M

05/05/2023

08121080A1

Jacksonville SO

POWELL,EDWARD,A

TRAN

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.081Control Test 01:27

0.000Air Blank 01:27

# 1 0.013Subject Sample 01:28

1.542Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.012Subject Sample 01:31

1.187Breath Volume 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:0110/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:12

Jacksonville SO

RODRIGUEZ,M

05/05/2023

08121080A1

Jacksonville SO

TERRELL,J,C

NELSON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:12

# 1 0.000Subject Sample 00:12

2.304Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.000Subject Sample 00:15

1.984Breath Volume 00:15

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:17

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1810/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:49

Jacksonville SO

DESOUZA,A

05/05/2023

08121080A1

Jacksonville SO

MIGGINS,R,B

INGOLDSBY

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

# 1 0.118Subject Sample 02:44

1.886Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:46

# 2 0.123Subject Sample 02:47

1.726Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:3110/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

22:44

Jacksonville SO

KEEN,C

05/05/2023

08121080A1

Jacksonville Beach

BORCHARDT,JUSTIN,P

GLASPIE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.081Control Test 01:12

0.000Air Blank 01:12

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:4010/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

01:05

Jacksonville SO

HILLIER,J

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

HAWKINS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

# 1 0.055Subject Sample 03:00

1.746Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.049Subject Sample 03:03

1.441Breath Volume 03:03

0.000Air Blank 03:03

0.081Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:3410/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:15

Jacksonville SO

SIMMONS,M

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

KING

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:50

# 1 0.111Subject Sample 03:51

2.363Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.112Subject Sample 03:54

2.515Breath Volume 03:54

0.000Air Blank 03:55

0.079Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:2310/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:52

17:58

Jacksonville SO

BRIDGEMAN,G

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

SIMMONS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:13

0.081Control Test 20:13

0.000Air Blank 20:14

# 1 0.000Subject Sample 20:14

3.375Breath Volume 20:14

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.000Subject Sample 20:17

3.140Breath Volume 20:17

0.000Air Blank 20:18

0.081Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:1310/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

23:20

Jacksonville SO

LOKMIC,S

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

FIELDS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.081Control Test 01:24

0.000Air Blank 01:24

# 1Subject Sample 01:24 Subject Test Refused

0.000Breath Volume 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:1110/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

23:49

Jacksonville SO

PARRISH,R

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

BRYANT

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.081Control Test 02:12

0.000Air Blank 02:12

# 1Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:3010/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:05

Jacksonville SO

VALERIO,E

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

BROWN

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.081Control Test 03:48

0.000Air Blank 03:48

# 1 0.065Subject Sample 03:49

2.585Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.058Subject Sample 03:52

1.550Breath Volume 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:0210/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

02:43

Jacksonville SO

CLARK,J

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

CAMPBELL

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:39

0.000Air Blank 05:39

0.081Control Test 05:39

0.000Air Blank 05:40

# 1 0.169Subject Sample 05:41

1.394Breath Volume 05:41

0.000Air Blank 05:41

0.000Air Blank 05:43

# 2 0.173Subject Sample 05:44

1.683Breath Volume 05:44

0.000Air Blank 05:45

0.081Control Test 05:45

0.000Air Blank 05:45

OKDiagnostics Check 05:46

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:2810/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

18:42

Jacksonville SO

CLARK,J

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

RUSSELBURG

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.081Control Test 20:22

0.000Air Blank 20:22

# 1Subject Sample 20:23 Subject Test Refused

0.000Breath Volume 20:23

0.000Air Blank 20:23

0.081Control Test 20:23

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:0310/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

00:39

Jacksonville SO

PARRISH,R

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

DE SOUZA

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.081Control Test 03:01

0.000Air Blank 03:02

# 1 0.000Subject Sample 03:03

2.101Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.000Subject Sample 03:06

2.132Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:08

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:0310/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

03:12

Jacksonville SO

CLARK,J

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

MILLER

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.081Control Test 05:04

0.000Air Blank 05:04

# 1 0.214Subject Sample 05:05

1.886Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:07

# 2 0.227Subject Sample 05:08

1.832Breath Volume 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:10

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:0110/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:00

Jacksonville SO

VALERIO,E

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

KNABE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.081Control Test 22:57

0.000Air Blank 22:58

# 1 0.278Subject Sample 22:59

2.593Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.265Subject Sample 23:02

2.105Breath Volume 23:02

0.000Air Blank 23:03

0.080Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:04

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3510/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

00:42

Jacksonville SO

CLARK,J

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

MARADIAGN PINTO

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:0510/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

03:46

Jacksonville SO

JONES,M

05/05/2023

08121080A1

FHP Troop G

BORCHARDT,J,P

DINIUS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.081Control Test 05:50

0.000Air Blank 05:50

# 1 0.099Subject Sample 05:51

3.664Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:53

# 2 0.101Subject Sample 05:54

2.828Breath Volume 05:54

0.000Air Blank 05:55

0.081Control Test 05:55

0.000Air Blank 05:55

OKDiagnostics Check 05:56

Data Download Date/Time: 10/18/2021 14:20

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:4410/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

21:42

Jacksonville SO

O'CONNELL,S

05/05/2023

08121080A1

Jacksonville Beach

BORCHARDT,J,P

VELI

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.080Control Test 23:44

0.000Air Blank 23:44

# 1 0.171Subject Sample 23:45

2.261Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.164Subject Sample 23:48

1.679Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 11/03/2021 11:34

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:3610/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:22

03:05

Jacksonville SO

DELEO,A

05/05/2023

08121080A1

Jacksonville Beach

BORCHARDT,J,P

MOSLEY

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:43

0.081Control Test 05:44

0.000Air Blank 05:44

# 1 0.183Subject Sample 05:45

2.062Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.186Subject Sample 05:48

1.730Breath Volume 05:48

0.000Air Blank 05:49

0.081Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 11/03/2021 11:34

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:2510/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

02:22

Jacksonville SO

SNOW,D

05/05/2023

08121080A1

Jacksonville SO

SUTTON,B,

THOMAS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:35

0.081Control Test 04:36

0.000Air Blank 04:36

# 1Subject Sample 04:37 Subject Test Refused

0.000Breath Volume 04:37

0.000Air Blank 04:37

0.081Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 11/03/2021 11:35

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:2110/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

03:07

Jacksonville SO

PITTMAN,T

05/05/2023

08121080A1

Jacksonville SO

SUTTON,B,

BARBER

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:56

0.000Air Blank 05:56

0.081Control Test 05:57

0.000Air Blank 05:57

# 1Subject Sample 05:57 Subject Test Refused

0.000Breath Volume 05:57

0.000Air Blank 05:58

0.081Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 11/03/2021 11:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4310/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

00:48

Jacksonville SO

HARRELL,R

05/05/2023

08121080A1

Jacksonville SO

SUTTON,B,

MITCHELL

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

# 1 0.044Subject Sample 02:16

1.503Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.045Subject Sample 02:20

2.062Breath Volume 02:20

0.000Air Blank 02:20

0.081Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 11/03/2021 11:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2910/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

00:40

Jacksonville SO

LAQUIDARA,A

05/05/2023

08121080A1

Jacksonville SO

POWELL,EDWARD,A

LOPEZ VAZQUEZ

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

# 1 0.088Subject Sample 02:51

2.308Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.085Subject Sample 02:54

2.464Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 11/03/2021 11:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:5410/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

19:15

Jacksonville SO

WHEELER,A

05/05/2023

08121080A1

FHP Troop G

PURVIS,M,C

WHITE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.080Control Test 21:26

0.000Air Blank 21:26

# 1 0.091Subject Sample 21:27

3.812Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:29

# 2 0.084Subject Sample 21:30

2.566Breath Volume 21:30

0.000Air Blank 21:30

0.080Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:4710/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

23:20

Jacksonville SO

VALERIO,E

05/05/2023

08121080A1

Jacksonville SO

PURVIS,M,C

VELASQUEZ

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

# 1 0.241Subject Sample 01:38

1.125Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.243Subject Sample 01:41

1.816Breath Volume 01:41

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3910/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

01:50

Jacksonville SO

SIMMONS,M

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,JUSTIN,P

HANDY

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.081Control Test 03:32

0.000Air Blank 03:32

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:33

0.080Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:0610/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

02:30

Jacksonville SO

POWERS,L

05/05/2023

08121080A1

Clay County SO

BORCHARDT,J,P

SHULER

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.081Control Test 05:10

0.000Air Blank 05:11

# 1Subject Sample 05:11 Subject Test Refused

0.000Breath Volume 05:11

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:0410/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

22:12

Jacksonville SO

JENSEN,D

05/05/2023

08121080A1

Neptune Beach PD

BORCHARDT,J,P

CURRELLEY

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.081Control Test 00:14

0.000Air Blank 00:14

# 1 0.135Subject Sample 00:15

1.117Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.123Subject Sample 00:19

1.113Breath Volume 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:21

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:3110/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

04:23

Jacksonville SO

TINGLE,J

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

HUNT

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:39

0.000Air Blank 05:40

0.080Control Test 05:40

0.000Air Blank 05:41

# 1 0.000Subject Sample 05:42

3.000Breath Volume 05:42

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.000Subject Sample 05:46

2.437Breath Volume 05:46

0.000Air Blank 05:46

0.081Control Test 05:46

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:5510/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

21:10

Jacksonville SO

VALERIO,E

05/05/2023

08121080A1

Jacksonville SO

LIGHTSEY,ROBERT,D

DORSEY-BANKS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:12

# 1 0.090Subject Sample 00:13

2.167Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.088Subject Sample 00:16

2.375Breath Volume 00:16

0.000Air Blank 00:16

0.081Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3310/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

00:55

Jacksonville SO

PETERSON,J

05/05/2023

08121080A1

Jacksonville SO

LIGHTSEY,ROBERT,D

DIAZ

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.081Control Test 02:44

0.000Air Blank 02:44

# 1 0.134Subject Sample 02:45

1.707Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.131Subject Sample 02:48

1.910Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0910/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:00

Jacksonville SO

PETERSON,J

05/05/2023

08121080A1

Jacksonville SO

BORCHARDT,J,P

HUTCHERSON

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:1910/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

00:15

Jacksonville SO

HAWKINS,A

05/05/2023

08121080A1

Jacksonville Beach

BORCHARDT,J,P

SINGLETON

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

# 1Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3910/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

01:28

Jacksonville SO

KEEN,C

05/05/2023

08121080A1

Jacksonville Beach

CARMONA-SANCHEZ,R,J

TUITE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:32

# 1 0.171Subject Sample 03:33

1.542Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.174Subject Sample 03:36

2.312Breath Volume 03:36

0.000Air Blank 03:37

0.079Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:0510/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:29

Jacksonville SO

DESOUZA,A

05/05/2023

08121080A1

Jacksonville SO

CARMONA-SANCHEZ,R,J

MUMTAZ SURKHABI

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.081Control Test 04:46

0.000Air Blank 04:46

# 1 0.019Subject Sample 04:49 Volume Not Met

0.417Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.017Subject Sample 04:52

1.531Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 3 0.016Subject Sample 04:56

1.675Breath Volume 04:56

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:58

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:2010/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

03:26

Jacksonville SO

JOHNS,B

05/05/2023

08121080A1

Jacksonville SO

CARMONA-SANCHEZ,R,J

KEEN

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:13

0.000Air Blank 06:13

0.080Control Test 06:14

0.000Air Blank 06:14

# 1 0.148Subject Sample 06:15

2.578Breath Volume 06:15

0.000Air Blank 06:16

0.000Air Blank 06:18

# 2 0.150Subject Sample 06:18

2.500Breath Volume 06:18

0.000Air Blank 06:19

0.080Control Test 06:19

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:5410/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:00

Jacksonville SO

WHITE,J

05/05/2023

08121080A1

Jacksonville SO

STANFORD,B,R

FLOWER VASQUEZ

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.081Control Test 22:41

0.000Air Blank 22:41

# 1 0.130Subject Sample 22:43

2.312Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.133Subject Sample 22:46

2.757Breath Volume 22:46

0.000Air Blank 22:46

0.079Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0410/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

01:50

Jacksonville SO

LAWSON,N

05/05/2023

08121080A1

Jacksonville SO

MEURER,D,E

PIERCE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.132Subject Sample 03:23

2.507Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.131Subject Sample 03:26

2.789Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:28

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:3610/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:39

Jacksonville SO

DESOUZA,A

05/05/2023

08121080A1

Jacksonville SO

TERRELL,J,C

CALDWELL

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:24

# 1Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:24

0.081Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 11/03/2021 11:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:23:2110/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:59

04:00

Jacksonville SO

DELBROCCO-BLUES,D

05/05/2023

08121080A1

Jacksonville SO

STANFORD,B,R

MOORE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:20

0.000Air Blank 06:20

0.081Control Test 06:21

0.000Air Blank 06:21

# 1Subject Sample 06:21 Subject Test Refused

0.000Breath Volume 06:21

0.000Air Blank 06:22

0.081Control Test 06:22

0.000Air Blank 06:23

OKDiagnostics Check 06:23

Data Download Date/Time: 11/03/2021 11:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:57:4810/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:30

06:46

Jacksonville SO

JONES,J

05/05/2023

08121080A1

Jacksonville SO

MOSES,L,M

SMITH

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:50

0.000Air Blank 08:51

0.081Control Test 08:51

0.000Air Blank 08:51

# 1 0.066Subject Sample 08:52

1.468Breath Volume 08:52

0.000Air Blank 08:53

0.000Air Blank 08:55

# 2 0.066Subject Sample 08:56

1.726Breath Volume 08:56

0.000Air Blank 08:56

0.079Control Test 08:57

0.000Air Blank 08:57

OKDiagnostics Check 08:57

Data Download Date/Time: 11/03/2021 11:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:21:3010/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:54

07:41

Pinellas Park PD

SORICE,DOMINIC

05/05/2023

08121080A2

Pinellas Park PD

SORICE,DOMINIC,M

CURRY

10/20/2021

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:15

0.000Air Blank 08:15

0.077Control Test 08:15

0.000Air Blank 08:16

# 1 0.170Subject Sample 08:17

2.425Breath Volume 08:17

0.000Air Blank 08:17

0.000Air Blank 08:19

# 2 0.174Subject Sample 08:20

2.558Breath Volume 08:20

0.000Air Blank 08:20

0.078Control Test 08:20

0.000Air Blank 08:21

OKDiagnostics Check 08:21

Data Download Date/Time: 11/04/2021 12:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:0810/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:27

Highlands County SO

ROBLES,MARCO

10/05/2022

22620080A3

Highlands County SO

LOTT,CALEB,E

TOMBLIN

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.259Subject Sample 22:12

2.039Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.249Subject Sample 22:15

1.847Breath Volume 22:15

0.000Air Blank 22:16

0.079Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 10/29/2021 09:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:2710/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:27

Highlands County SO

CARRANZA,RUBEN

10/05/2022

22620080A3

Highlands County SO

LOTT,CALEB,E

CAUDILL

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:15

# 1 0.163Subject Sample 21:17

2.035Breath Volume 21:17

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.163Subject Sample 21:20

3.445Breath Volume 21:20

0.000Air Blank 21:21

0.078Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 10/29/2021 09:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:48:0310/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

12:15

12:15

Highlands County SO

HOLMES,K

10/05/2022

22620080A3

Highlands County SO

HOLMES,K,L

FRANCO

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:41

0.000Air Blank 12:42

0.079Control Test 12:42

0.000Air Blank 12:43

# 1 0.000Subject Sample 12:43

2.425Breath Volume 12:43

0.000Air Blank 12:44

0.000Air Blank 12:46

# 2 0.000Subject Sample 12:46

1.589Breath Volume 12:46

0.000Air Blank 12:47

0.080Control Test 12:47

0.000Air Blank 12:47

OKDiagnostics Check 12:48

Data Download Date/Time: 10/29/2021 09:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:57:4310/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

12:00

12:00

Highlands County SO

ROE,ROBERT

10/05/2022

22620080A3

Highlands County SO

ROE,ROBERT,D

BRAUCK

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:51

0.000Air Blank 12:52

0.079Control Test 12:52

0.000Air Blank 12:53

# 1 0.000Subject Sample 12:53

2.992Breath Volume 12:53

0.000Air Blank 12:53

0.000Air Blank 12:55

# 2 0.000Subject Sample 12:56

2.945Breath Volume 12:56

0.000Air Blank 12:56

0.078Control Test 12:57

0.000Air Blank 12:57

OKDiagnostics Check 12:57

Data Download Date/Time: 10/29/2021 09:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4510/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:29

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

TOLENTINO

09/22/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.080Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 10/27/2021 14:59

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:3110/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:39

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

02/22/2022

1094981

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

VIALVA

09/22/2021

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:20

# 1 0.103Subject Sample 00:21

1.207Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.106Subject Sample 00:25

1.218Breath Volume 00:25

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 10/27/2021 14:59

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:2110/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:01

Jacksonville SO

HARRELL,R

06/05/2022

09820080A2

Jacksonville SO

TERRELL,J,C

SCARBROUGH

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.081Control Test 00:51

0.000Air Blank 00:52

# 1 0.000Subject Sample 00:52

1.707Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.000Subject Sample 00:55

1.632Breath Volume 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:3410/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

02:00

Jacksonville SO

RODRIGUEZ,J

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

HILL

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:25

# 1Subject Sample 04:26 Subject Test Refused

0.000Breath Volume 04:26

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:0710/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

22:40

Jacksonville SO

HARRISON,M

06/05/2022

09820080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

HAROLD

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.081Control Test 00:50

0.000Air Blank 00:50

# 1 0.087Subject Sample 00:51

2.601Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.090Subject Sample 00:54

2.371Breath Volume 00:54

0.000Air Blank 00:55

0.081Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:3310/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:25

Jacksonville SO

WHITE,J

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

DEVINE

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.200Subject Sample 02:22

4.417Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.199Subject Sample 02:25

3.832Breath Volume 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3910/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:39

Jacksonville SO

VANHOF,J

06/05/2022

09820080A2

Atlantic Beach PD

CARMONA-SANCHEZ,R,J

ESPOSITO

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

# 1 0.137Subject Sample 03:13

1.617Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.146Subject Sample 03:16

1.726Breath Volume 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:4910/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

21:45

Jacksonville SO

LUGO,R

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

RAMIREZ PEREZ

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.081Control Test 23:58

0.000Air Blank 23:59

# 1Subject Sample 23:59 Subject Test Refused

0.000Breath Volume 23:59

0.000Air Blank 23:59

0.080Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:5210/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:34

Jacksonville SO

STANLEY,T

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

GAGNON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.098Subject Sample 02:22

3.566Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.099Subject Sample 02:25

4.167Breath Volume 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5610/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:41

Jacksonville SO

DESOUZA,A

06/05/2022

09820080A2

Jacksonville SO

MIGGINS,R,B

CARRICHI MUNOZ

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:47

# 1 0.213Subject Sample 03:48

1.121Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.218Subject Sample 03:51

2.363Breath Volume 03:51

0.000Air Blank 03:52

0.077Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:4510/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

02:23

Jacksonville SO

RUISE,D

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

GIPSON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:07

# 1 0.085Subject Sample 05:08

1.500Breath Volume 05:08

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2 0.086Subject Sample 05:11

1.441Breath Volume 05:11

0.000Air Blank 05:11

0.080Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:4510/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

22:41

Jacksonville SO

DESOUZA,A

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

ROBLERO ROBLERO

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.129Subject Sample 00:09

1.992Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.122Subject Sample 00:12

1.171Breath Volume 00:12

0.000Air Blank 00:12

0.079Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:0810/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

20:54

Jacksonville SO

STANLEY,T

06/05/2022

09820080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

ALQANAS

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

# 1 0.184Subject Sample 22:20

2.703Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:22

# 2 0.185Subject Sample 22:23

2.750Breath Volume 22:23

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:3910/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

19:45

Jacksonville SO

LOKMIC,S

06/05/2022

09820080A2

Jacksonville SO

TERRELL,J,C

SULLIVAN

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

# 1 0.000Subject Sample 22:17

2.714Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.000Subject Sample 22:20

2.671Breath Volume 22:20

0.000Air Blank 22:20

0.080Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:4210/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:16

Jacksonville SO

LOKMIC,S

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

BEABOUT

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1Subject Sample 00:59 Subject Test Refused

0.000Breath Volume 00:59

0.000Air Blank 00:59

0.080Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1610/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

01:15

Jacksonville SO

CLARK,J

06/05/2022

09820080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MURPHY

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.081Control Test 03:32

0.000Air Blank 03:32

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:3510/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

21:10

Jacksonville SO

HIXSON,C

06/05/2022

09820080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

CURRY

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:18

# 1 0.137Subject Sample 23:19

2.480Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.136Subject Sample 23:22

2.136Breath Volume 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1110/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

21:33

Jacksonville SO

MANNI,J

06/05/2022

09820080A2

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

THOMPSON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

# 1 0.167Subject Sample 23:43

3.996Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.173Subject Sample 23:46

2.906Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:1210/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

22:41

Jacksonville SO

RODRIGUEZ,M

06/05/2022

09820080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

GREENE

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:26

# 1 0.000Subject Sample 00:26

2.351Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.000Subject Sample 00:29

2.453Breath Volume 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 10/18/2021 14:24

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2910/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:01

Jacksonville SO

DE SOUZA,A

06/05/2022

09820080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

SZCZUKOWSKI

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:11

# 1Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0010/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

00:36

Jacksonville SO

HAWKINS,A

06/05/2022

09820080A2

Jacksonville Beach

DINKINS,CHRISTOPHER,D

MITCHELL

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:12

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:4810/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:00

Jacksonville SO

JOHNS,B

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

GALLON 3

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:45

# 1Subject Sample 23:45 Subject Test Refused

0.000Breath Volume 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1010/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

23:28

Jacksonville SO

RODRIGUEZ,M

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

KIRKSEY

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:25

# 1 0.112Subject Sample 01:26

3.589Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.112Subject Sample 01:29

2.976Breath Volume 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4510/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:16

Jacksonville SO

DESOUZA,A

06/05/2022

09820080A2

Jacksonville SO

SUTTON,B,

FARROW

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:2910/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

20:48

Jacksonville SO

LAQUIDARA,A

06/05/2022

09820080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

SERRANO GONGORA

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1 0.112Subject Sample 22:58

1.847Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.117Subject Sample 23:00

1.359Breath Volume 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:3810/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:03

Jacksonville SO

DESOUZA,A

06/05/2022

09820080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

ANDERSON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.080Control Test 01:19

0.000Air Blank 01:19

# 1 0.000Subject Sample 01:20

2.527Breath Volume 01:20

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.000Subject Sample 01:23

1.855Breath Volume 01:23

0.000Air Blank 01:23

0.079Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:5110/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

22:45

Jacksonville SO

LAQUIDARA,A

06/05/2022

09820080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

LIAN

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.081Control Test 00:46

0.000Air Blank 00:46

# 1 0.149Subject Sample 00:47

2.312Breath Volume 00:47

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.147Subject Sample 00:50

2.320Breath Volume 00:50

0.000Air Blank 00:50

0.079Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:5210/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

02:20

Jacksonville SO

ULYSSE,S

06/05/2022

09820080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

WITTREICH

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

# 1 0.121Subject Sample 04:19

2.058Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.118Subject Sample 04:22

1.253Breath Volume 04:22

0.000Air Blank 04:22

0.079Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:05:4210/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:38

10:15

Jacksonville SO

RUZANKO,P

10/05/2022

22620080A2

Jacksonville SO

POTTER,M,R

ADMIN

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:59

0.000Air Blank 10:59

0.080Control Test 10:59

0.000Air Blank 11:00

# 1 0.316Subject Sample 11:01

3.605Breath Volume 11:01

0.000Air Blank 11:01

0.000Air Blank 11:03

# 2 0.308Subject Sample 11:04

4.750Breath Volume 11:04

0.000Air Blank 11:04

0.078Control Test 11:05

0.000Air Blank 11:05

OKDiagnostics Check 11:05

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:31:0410/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

11:04

10:15

Jacksonville SO

RUZANKA,P

10/05/2022

22620080A2

Jacksonville SO

POTTER,M,R

ADMIN

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:24

0.000Air Blank 11:25

0.079Control Test 11:25

0.000Air Blank 11:25

# 1 0.307Subject Sample 11:26

4.242Breath Volume 11:26

0.000Air Blank 11:27

0.000Air Blank 11:28

# 2 0.310Subject Sample 11:29

4.652Breath Volume 11:29

0.000Air Blank 11:30

0.078Control Test 11:30

0.000Air Blank 11:30

OKDiagnostics Check 11:31

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:3610/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

01:15

Jacksonville SO

LAQUIDARA,A

10/05/2022

22620080A2

Jacksonville SO

TERRELL,J,C

MOTT

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:19 Subject Test Refused

0.000Breath Volume 03:19

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:05:1310/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

08:25

Jacksonville SO

SCHERSCHEL,N

10/05/2022

22620080A2

Jacksonville SO

ELDER,E,V

KLINE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:02

0.000Air Blank 12:02

0.081Control Test 12:03

0.000Air Blank 12:03

# 1Subject Sample 12:03 RFI Detect

0.000Breath Volume 12:03

0.000Air Blank 12:04

0.080Control Test 12:04

0.000Air Blank 12:05

OKDiagnostics Check 12:05

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:15:0110/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

08:25

Jacksonville SO

SCHERSCHEL,N

10/05/2022

22620080A2

Jacksonville SO

ELDER,E,V

KLINE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:08

0.000Air Blank 12:08

0.080Control Test 12:09

0.000Air Blank 12:09

# 1 0.000Subject Sample 12:10

3.847Breath Volume 12:10

0.000Air Blank 12:10

0.000Air Blank 12:12

# 2 0.000Subject Sample 12:13

1.664Breath Volume 12:13

0.000Air Blank 12:14

0.080Control Test 12:14

0.000Air Blank 12:14

OKDiagnostics Check 12:15

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:35:0010/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:06

07:00

Jacksonville SO

MATTHEWS,J

10/05/2022

22620080A2

Jacksonville SO

ELDER,E,V

BUICE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:27

0.000Air Blank 09:27

0.080Control Test 09:28

0.000Air Blank 09:28

# 1 0.190Subject Sample 09:29

1.671Breath Volume 09:29

0.000Air Blank 09:30

0.000Air Blank 09:31

# 2 0.172Subject Sample 09:33

1.980Breath Volume 09:33

0.000Air Blank 09:34

0.080Control Test 09:34

0.000Air Blank 09:34

OKDiagnostics Check 09:35

Data Download Date/Time: 10/18/2021 14:25

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0310/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

00:40

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

SRAMEK

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.080Control Test 02:19

0.000Air Blank 02:19

# 1 0.033Subject Sample 02:20

3.871Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:22

# 2 0.032Subject Sample 02:23

3.207Breath Volume 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:25

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:2810/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:10

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

MCCLAIN

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.081Control Test 02:45

0.000Air Blank 02:45

# 1 0.192Subject Sample 02:46

2.718Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.195Subject Sample 02:49

1.917Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3110/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

01:04

Jacksonville SO

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

FRAGOMENI,G,D

BEJAOUI

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:26

# 1 0.067Subject Sample 03:27

1.820Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.064Subject Sample 03:30

1.550Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0310/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:13

Jacksonville SO

CLARK,J

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

MALDONADO

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:55 No Sample Provided

0.000Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.172Subject Sample 04:01

1.343Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:03

# 3 0.161Subject Sample 04:05

1.628Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:07

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:37:3010/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

04:28

Jacksonville SO

GUMP,M

10/05/2022

22620080A2

FHP Troop G

MOSES,L,M

WILSON

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:30

0.000Air Blank 07:31

0.080Control Test 07:31

0.000Air Blank 07:32

# 1 0.110Subject Sample 07:32

1.820Breath Volume 07:32

0.000Air Blank 07:33

0.000Air Blank 07:35

# 2 0.114Subject Sample 07:35

2.441Breath Volume 07:35

0.000Air Blank 07:36

0.080Control Test 07:36

0.000Air Blank 07:37

OKDiagnostics Check 07:37

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:11:3010/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:44

05:55

Jacksonville SO

BORCHARDT,R

10/05/2022

22620080A2

Jacksonville SO

ELDER,E,V

MCCULLY

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:05

0.000Air Blank 09:05

0.080Control Test 09:05

0.000Air Blank 09:06

# 1 0.273Subject Sample 09:06

3.019Breath Volume 09:06

0.000Air Blank 09:07

0.000Air Blank 09:09

# 2 0.280Subject Sample 09:09

2.968Breath Volume 09:09

0.000Air Blank 09:10

0.080Control Test 09:10

0.000Air Blank 09:11

OKDiagnostics Check 09:11

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:0310/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:24

Jacksonville SO

PETERSON,J

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

BANK

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.080Control Test 21:43

0.000Air Blank 21:43

# 1 0.166Subject Sample 21:44

1.207Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.167Subject Sample 21:48

1.660Breath Volume 21:48

0.000Air Blank 21:49

0.079Control Test 21:49

0.000Air Blank 21:49

OKDiagnostics Check 21:50

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1110/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

23:58

Jacksonville SO

HART,A

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

ODOM

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.092Subject Sample 01:29

1.292Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:31

# 2 0.090Subject Sample 01:32

1.199Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:3310/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

01:16

Jacksonville SO

GUMP,M

10/05/2022

22620080A2

FHP Troop G

PURVIS,M,C

GEDDES

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:51

# 1Subject Sample 03:53 Subject Test Refused

0.000Breath Volume 03:53

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:5710/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:35

Jacksonville SO

SIMMONS,M

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

JORDAN

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.081Control Test 05:01

0.000Air Blank 05:02

# 1Subject Sample 05:02 Subject Test Refused

0.000Breath Volume 05:02

0.000Air Blank 05:03

0.080Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:1310/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

23:15

Jacksonville SO

HILLIER,J

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

HARVEY

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.081Control Test 01:01

0.000Air Blank 01:02

# 1Subject Sample 01:02 Subject Test Refused

0.000Breath Volume 01:02

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 11/05/2021 10:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:2510/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

23:45

Jacksonville SO

CLARK,J

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

MUNOZ VILCHEZ

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.171Subject Sample 02:02

1.863Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.174Subject Sample 02:07

2.039Breath Volume 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:37:0410/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:09

08:32

Jacksonville SO

JOHNSON,G

10/05/2022

22620080A2

FHP Troop G

HALE,J,K

MIMS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:30

0.000Air Blank 10:31

0.080Control Test 10:31

0.000Air Blank 10:31

# 1 0.000Subject Sample 10:32

1.792Breath Volume 10:32

0.000Air Blank 10:33

0.000Air Blank 10:35

# 2 0.000Subject Sample 10:35

2.382Breath Volume 10:35

0.000Air Blank 10:36

0.080Control Test 10:36

0.000Air Blank 10:36

OKDiagnostics Check 10:37

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:44:2910/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

15:01

Jacksonville SO

STANELY,T

10/05/2022

22620080A2

Jacksonville SO

HOLIDAY,E,C

WILLIAMS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:41

0.000Air Blank 16:42

0.081Control Test 16:42

0.000Air Blank 16:42

# 1Subject Sample 16:43 Subject Test Refused

0.000Breath Volume 16:43

0.000Air Blank 16:43

0.079Control Test 16:43

0.000Air Blank 16:44

OKDiagnostics Check 16:44

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:2010/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

22:30

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

STOKER

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

# 1 0.000Subject Sample 00:11

2.582Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.000Subject Sample 00:14

2.734Breath Volume 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:2610/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

03:50

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

FRAGOMENI,G,D

FRANKOSKI

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.080Control Test 05:17

0.000Air Blank 05:17

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5710/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:05

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

TERRELL,J,C

ESPINOZA CASTRO

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:47

# 1 0.152Subject Sample 01:48

1.335Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.156Subject Sample 01:52

1.699Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:3510/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:11

05:00

Jacksonville SO

PERRY,K

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,J

ALLEN

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:31

0.000Air Blank 06:32

0.080Control Test 06:32

0.000Air Blank 06:33

# 1 0.173Subject Sample 06:33

1.902Breath Volume 06:33

0.000Air Blank 06:34

0.000Air Blank 06:36

# 2 0.168Subject Sample 06:36

2.308Breath Volume 06:36

0.000Air Blank 06:37

0.080Control Test 06:37

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:1310/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:16

15:00

Jacksonville SO

MOELLER,R

10/05/2022

22620080A2

Jacksonville SO

GRIFFIN,J,D

OUTTEN

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:36

0.000Air Blank 16:37

0.080Control Test 16:37

0.000Air Blank 16:38

# 1 0.052Subject Sample 16:38

2.992Breath Volume 16:38

0.000Air Blank 16:39

0.000Air Blank 16:41

# 2 0.049Subject Sample 16:41

3.390Breath Volume 16:41

0.000Air Blank 16:42

0.078Control Test 16:42

0.000Air Blank 16:43

OKDiagnostics Check 16:43

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:0110/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:32

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

WALKER,P,L

WILLIAMS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:06

0.000Air Blank 18:07

0.080Control Test 18:07

0.000Air Blank 18:08

# 1 0.000Subject Sample 18:08

2.003Breath Volume 18:08

0.000Air Blank 18:09

0.000Air Blank 18:11

# 2 0.000Subject Sample 18:11

2.382Breath Volume 18:11

0.000Air Blank 18:12

0.080Control Test 18:12

0.000Air Blank 18:12

OKDiagnostics Check 18:13

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:3610/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:57

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

STANFORD,B,R

CHEA

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.080Control Test 20:36

0.000Air Blank 20:37

# 1 0.046Subject Sample 20:38

2.824Breath Volume 20:38

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.045Subject Sample 20:42

2.871Breath Volume 20:42

0.000Air Blank 20:42

0.079Control Test 20:42

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:5410/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:12

19:56

Jacksonville SO

BARRY,H

10/05/2022

22620080A2

FFWCC (Lake City)

FRAGOMENI,G,D

SURFACE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

# 1 0.104Subject Sample 22:34

1.265Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.093Subject Sample 22:38

1.382Breath Volume 22:38

0.000Air Blank 22:38

0.080Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:5410/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:15

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

STANFORD,B,R

MERRITT

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

# 1 0.186Subject Sample 02:53

1.796Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.182Subject Sample 02:56

2.191Breath Volume 02:56

0.000Air Blank 02:56

0.080Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1010/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

01:41

Jacksonville SO

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

FRAGOMENI,G,D

MINOR

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:0110/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:37

04:28

Jacksonville SO

DAVIS,B

10/05/2022

22620080A2

Jacksonville SO

MIGGINS,R,B

SIMMONS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:58

0.000Air Blank 05:59

0.081Control Test 05:59

0.000Air Blank 06:00

# 1 0.140Subject Sample 06:00

1.796Breath Volume 06:00

0.000Air Blank 06:01

0.000Air Blank 06:02

# 2 0.143Subject Sample 06:03

1.785Breath Volume 06:03

0.000Air Blank 06:04

0.080Control Test 06:04

0.000Air Blank 06:04

OKDiagnostics Check 06:05

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:3810/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

18:03

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

TRESPALACIOS LOPEZ

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:19

0.079Control Test 20:19

0.000Air Blank 20:20

# 1 0.354Subject Sample 20:20

1.554Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.315Subject Sample 20:23

1.308Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 3 0.338Subject Sample 20:26

2.265Breath Volume 20:26

0.000Air Blank 20:27

0.079Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:4310/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

20:24

Jacksonville SO

LAQUIDARA,A

10/05/2022

22620080A2

Jacksonville SO

PURVIS,M,C

HOEFLING

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.081Control Test 23:23

0.000Air Blank 23:24

# 1Subject Sample 23:24 Subject Test Refused

0.000Breath Volume 23:24

0.000Air Blank 23:24

0.080Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 11/05/2021 10:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:5810/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:19

Clay County SO

ADAMS II,S

10/05/2022

22620080A2

Clay County SO

NEUBAUER,J,

GALLUPS

10/27/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.079Control Test 19:30

0.000Air Blank 19:30

# 1Subject Sample 19:33 No Sample Provided

0.000Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2Subject Sample 19:36 Subject Test Refused

0.000Breath Volume 19:36

0.000Air Blank 19:37

0.080Control Test 19:37

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 11/24/2021 04:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5810/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:22

Clay County SO

ADAMS II,S

10/05/2022

22620080A2

Clay County SO

NEUBAUER,J,

RUDDY

10/27/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:13

# 1 0.213Subject Sample 01:14

2.472Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.206Subject Sample 01:17

1.847Breath Volume 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 11/24/2021 04:34

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0210/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:41

Nassau County SO

JACKSON,R

07/05/2022

14020080A1

Nassau County SO

PICKETT,J,D

STRANZ

09/27/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.077Control Test 02:32

0.000Air Blank 02:32

# 1 0.302Subject Sample 02:33

2.136Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.291Subject Sample 02:36

1.203Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:38

Data Download Date/Time: 10/30/2021 03:23

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:0010/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:53

FHP Troop G

VO,S

07/05/2022

14020080A1

FHP Troop G

PICKETT,J,D

WILLIAMS

09/27/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 05:00

# 1 0.061Subject Sample 05:01

1.886Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.062Subject Sample 05:04

1.253Breath Volume 05:04

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:06

Data Download Date/Time: 10/30/2021 03:23

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:0310/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

03:42

Nassau County SO

TOWNSEND,J

07/05/2022

14020080A1

Nassau County SO

MYERS,J,

THOMAS

09/27/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.080Control Test 05:31

0.000Air Blank 05:31

# 1 0.096Subject Sample 05:32

3.265Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.098Subject Sample 05:35

3.414Breath Volume 05:35

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:37

Data Download Date/Time: 10/30/2021 03:23

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:2210/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:52

05:22

Nassau County SO

DUGGAN,L

07/05/2022

14020080A1

Nassau County SO

LOCKHART,J,M

HAMPTON

10/27/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:39

0.000Air Blank 06:39

0.080Control Test 06:40

0.000Air Blank 06:40

# 1Subject Sample 06:41 Subject Test Refused

0.000Breath Volume 06:41

0.000Air Blank 06:41

0.080Control Test 06:41

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 10/30/2021 03:23

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:30:0910/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

04:59

Nassau County SO

HUFFMON,J

07/05/2022

14020080A1

Nassau County SO

WOOLARD,RAYMOND,C

PATRICOLO

10/27/2021

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:23

0.000Air Blank 06:23

0.080Control Test 06:24

0.000Air Blank 06:24

# 1 0.130Subject Sample 06:25

2.839Breath Volume 06:25

0.000Air Blank 06:26

0.000Air Blank 06:27

# 2 0.137Subject Sample 06:28

2.218Breath Volume 06:28

0.000Air Blank 06:29

0.079Control Test 06:29

0.000Air Blank 06:30

OKDiagnostics Check 06:30

Data Download Date/Time: 11/30/2021 11:51

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:13:1310/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

17:30

17:25

Highlands County SO

PECK,J

10/05/2022

22620080A3

Highlands County SO

PECK,J,R

WOODEN

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:06

0.000Air Blank 18:07

0.080Control Test 18:07

0.000Air Blank 18:08

# 1 0.000Subject Sample 18:08

1.320Breath Volume 18:08

0.000Air Blank 18:09

0.000Air Blank 18:11

# 2 0.000Subject Sample 18:11

1.476Breath Volume 18:11

0.000Air Blank 18:12

0.080Control Test 18:12

0.000Air Blank 18:13

OKDiagnostics Check 18:13

Data Download Date/Time: 10/29/2021 09:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:14:0610/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

14:30

15:30

Highlands County SO

SNELL,C

10/05/2022

22620080A3

Highlands County SO

SNELL,C,J

AVILES

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:07

0.000Air Blank 15:08

0.080Control Test 15:08

0.000Air Blank 15:09

# 1 0.000Subject Sample 15:09

1.292Breath Volume 15:09

0.000Air Blank 15:10

0.000Air Blank 15:12

# 2 0.000Subject Sample 15:12

1.589Breath Volume 15:12

0.000Air Blank 15:13

0.080Control Test 15:13

0.000Air Blank 15:14

OKDiagnostics Check 15:14

Data Download Date/Time: 10/29/2021 09:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:1110/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:06

Highlands County SO

JONES,WESLEY

10/05/2022

22620080A3

Highlands County SO

ROBLES,J,V

MENDEZ

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 10/29/2021 09:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:4210/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:28

Highlands County SO

BUEFORD,S

10/05/2022

22620080A3

Sebring PD

ROBLES,J,V

COSTANZO

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

# 1Subject Sample 00:09 Subject Test Refused

0.000Breath Volume 00:09

0.000Air Blank 00:09

0.079Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 10/29/2021 09:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:4110/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:47

Highlands County SO

PEREZ,J

10/05/2022

22620080A3

Highlands County SO

ROBLES,J,V

MONTIEL OSNAYA

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.079Control Test 21:38

0.000Air Blank 21:39

# 1 0.222Subject Sample 21:40

2.191Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.219Subject Sample 21:43

1.292Breath Volume 21:43

0.000Air Blank 21:43

0.078Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 10/29/2021 09:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:1510/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:01

Highlands County SO

BUEFORD,SEAN

10/05/2022

22620080A3

Sebring PD

ROBLES,J,V

KRAMER

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.079Control Test 22:36

0.000Air Blank 22:36

# 1Subject Sample 22:36 Subject Test Refused

0.000Breath Volume 22:36

0.000Air Blank 22:37

0.079Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 10/29/2021 09:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5610/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:30

Highlands County SO

OLSON,A

10/05/2022

22620080A3

Highlands County SO

ROBLES,J,V

REYES ORDONEZ

09/18/2021

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 10/29/2021 09:26

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:2110/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:22

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

CARMONA

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.078Control Test 00:51

0.000Air Blank 00:51

# 1Subject Sample 00:54 No Sample Provided

0.000Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.202Subject Sample 01:00

1.808Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 3 0.198Subject Sample 01:05

1.558Breath Volume 01:05

0.000Air Blank 01:06

0.078Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 10/18/2021 09:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:4610/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:41

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

JOHNSON

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:05

# 1 0.117Subject Sample 03:09 Volume Not Met

0.335Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.121Subject Sample 03:11

1.691Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 3 0.125Subject Sample 03:15

1.933Breath Volume 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 10/18/2021 09:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:1610/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:54

Polk County SO

HODGES,MARCO

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

SAYSY

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.079Control Test 20:19

0.000Air Blank 20:20

# 1 0.169Subject Sample 20:20

1.722Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.163Subject Sample 20:23

1.324Breath Volume 20:23

0.000Air Blank 20:24

0.079Control Test 20:24

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 10/18/2021 09:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:5610/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:05

Polk County SO

HODGES,MARCO

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

MARTINEZ-SANTIAGO

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:39

# 1 0.158Subject Sample 00:40

1.218Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:42

# 2 0.165Subject Sample 00:43

1.496Breath Volume 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 10/18/2021 09:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:2610/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:59

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

FENNELL

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

# 1 0.169Subject Sample 03:39

1.656Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.178Subject Sample 03:42

1.972Breath Volume 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 10/18/2021 09:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:5810/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:51

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

LEWIS

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.079Control Test 01:24

0.000Air Blank 01:24

# 1 0.116Subject Sample 01:25

2.257Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:27

# 2 0.108Subject Sample 01:28

2.140Breath Volume 01:28

0.000Air Blank 01:29

0.078Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 10/18/2021 09:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:0910/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

04:22

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

CRUZ

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

# 1Subject Sample 04:50 No Sample Provided

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2Subject Sample 04:55 No Sample Provided

0.000Breath Volume 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 10/18/2021 09:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:0110/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:05

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

OLAY

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:35

# 1 0.000Subject Sample 21:37

2.156Breath Volume 21:37

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.000Subject Sample 21:40

2.625Breath Volume 21:40

0.000Air Blank 21:41

0.079Control Test 21:41

0.000Air Blank 21:41

OKDiagnostics Check 21:42

Data Download Date/Time: 10/18/2021 09:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:5710/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:18

Polk County SO

WOMBLES,JOHNNIE

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

GOMES

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.080Control Test 01:40

0.000Air Blank 01:40

# 1 0.000Subject Sample 01:41

1.734Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.000Subject Sample 01:44

1.449Breath Volume 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 10/18/2021 09:49

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:1610/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

20:46

Polk County SO

BELCHER,ALEX

12/05/2021

28719080A1

Polk County SO

BELCHER,ALEX,B

THOMAS

10/17/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.079Control Test 21:16

0.000Air Blank 21:16

# 1 0.000Subject Sample 21:17

1.960Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.000Subject Sample 21:20

2.625Breath Volume 21:20

0.000Air Blank 21:21

0.080Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 11/23/2021 12:32

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001055CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:1410/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:25

Polk County SO

LEWLESS,ABIGAIL

12/05/2021

28719080A1

Polk County SO

LEWLESS,ABIGAIL,D

DOUGLAS

10/17/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.079Control Test 05:00

0.000Air Blank 05:00

# 1 0.000Subject Sample 05:02

1.683Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.000Subject Sample 05:06

1.160Breath Volume 05:06

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 11/23/2021 12:32

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2810/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:17

Fernandina Beach PD

PAETSCH,J

11/05/2022

24620080A3

Fernandina Beach PD

SEARS,C,D

JOHNSON

09/09/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

# 1 0.198Subject Sample 01:49

1.769Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.190Subject Sample 01:52

2.207Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 10/06/2021 12:12

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:2910/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:40

Fernandina Beach PD

PAETSCH,J

11/05/2022

24620080A3

Fernandina Beach PD

SEARS,C,D

BOSWELL

10/06/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.078Control Test 04:17

0.000Air Blank 04:18

# 1 0.222Subject Sample 04:19

3.941Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:21

# 2 0.222Subject Sample 04:22

3.054Breath Volume 04:22

0.000Air Blank 04:23

0.080Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 11/12/2021 07:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:4010/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:04

Fernandina Beach PD

GOTHARD,RONALD

11/05/2022

24620080A3

Fernandina Beach PD

GOTHARD,RONALD,S

HARDESTY

10/06/2021

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.078Control Test 00:51

0.000Air Blank 00:52

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.079Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 11/12/2021 07:36

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0410/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:12

Tarpon Springs PD

WOOD,NICHOLAS

02/05/2023

00521080A2

Tarpon Springs PD

WOOD,NICHOLAS,W

KAPUSCINSKI

09/01/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:48

# 1 0.250Subject Sample 01:49

1.761Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.250Subject Sample 01:52

1.777Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:54

Data Download Date/Time: 10/20/2021 14:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:5110/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:29

12:22

Tarpon Springs PD

HOLLINGSWORTH,JACOB

02/05/2023

00521080A2

Tarpon Springs PD

TRINIDAD,MICHAEL,E

GONZALEZ

09/01/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:01

0.000Air Blank 13:02

0.080Control Test 13:02

0.000Air Blank 13:03

# 1Subject Sample 13:06 No Sample Provided

0.000Breath Volume 13:06

0.000Air Blank 13:06

0.000Air Blank 13:08

# 2 0.048Subject Sample 13:09

1.898Breath Volume 13:09

0.000Air Blank 13:09

0.000Air Blank 13:11

# 3 0.047Subject Sample 13:12

1.375Breath Volume 13:12

0.000Air Blank 13:12

0.080Control Test 13:13

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 10/20/2021 14:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:5910/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:56

Tarpon Springs PD

HAZIME,SABRINA

02/05/2023

00521080A2

Tarpon Springs PD

WOOD,NICHOLAS,W

GEISER

09/01/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:47

0.079Control Test 18:47

0.000Air Blank 18:48

# 1 0.000Subject Sample 18:48

4.667Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2 0.000Subject Sample 18:51

4.464Breath Volume 18:51

0.000Air Blank 18:52

0.081Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 10/20/2021 14:48

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:4110/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:58

15:54

Tarpon Springs PD

RONDOS,ROBERT

02/05/2023

00521080A2

Tarpon Springs PD

RONDOS,ROBERT,E

GILBERT

10/20/2021

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:40

0.000Air Blank 16:40

0.081Control Test 16:41

0.000Air Blank 16:41

# 1 0.222Subject Sample 16:42

2.328Breath Volume 16:42

0.000Air Blank 16:42

0.000Air Blank 16:44

# 2 0.210Subject Sample 16:45

1.261Breath Volume 16:45

0.000Air Blank 16:45

0.081Control Test 16:46

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 12/01/2021 12:05

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:2710/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

02:55

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

FRAGOMENI,G,D

PRIDGON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.082Control Test 04:14

0.000Air Blank 04:15

# 1 0.085Subject Sample 04:15

2.132Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.085Subject Sample 04:18

1.996Breath Volume 04:18

0.000Air Blank 04:19

0.082Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 10/18/2021 14:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:3910/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:00

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

JACKSON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.083Control Test 23:49

0.000Air Blank 23:49

# 1 0.152Subject Sample 23:51

1.160Breath Volume 23:51

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.147Subject Sample 23:55

2.488Breath Volume 23:55

0.000Air Blank 23:55

0.080Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 10/18/2021 14:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:4510/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:10

Jacksonville SO

STANLEY,T

10/05/2022

22620080A2

Jacksonville SO

MIGGINS,R,B

LEWIS

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.083Control Test 01:39

0.000Air Blank 01:40

# 1 0.217Subject Sample 01:41

1.851Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.214Subject Sample 01:44

1.261Breath Volume 01:44

0.000Air Blank 01:44

0.081Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 10/18/2021 14:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4210/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:02

Jacksonville SO

DESOUZA,A

10/05/2022

22620080A2

Jacksonville SO

FRAGOMENI,G,D

MATHIS

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.082Control Test 03:15

0.000Air Blank 03:15

# 1 0.040Subject Sample 03:16

1.300Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.038Subject Sample 03:20

1.492Breath Volume 03:20

0.000Air Blank 03:20

0.082Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 10/18/2021 14:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:3710/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:16

Jacksonville SO

DESOUZA,A

10/05/2022

22620080A2

Jacksonville SO

MIGGINS,R,B

MCCONNELL

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.083Control Test 00:35

0.000Air Blank 00:35

# 1 0.182Subject Sample 00:36

2.597Breath Volume 00:36

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.180Subject Sample 00:39

1.738Breath Volume 00:39

0.000Air Blank 00:39

0.083Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 10/18/2021 14:27

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1510/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

00:30

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

FRAGOMENI,G,D

LYTE

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.082Control Test 02:23

0.000Air Blank 02:23

# 1 0.241Subject Sample 02:24

3.027Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:26

# 2 0.235Subject Sample 02:27

3.074Breath Volume 02:27

0.000Air Blank 02:28

0.082Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 10/18/2021 14:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:0810/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:32

17:37

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

LEVERETT,I,

GONZALEZ GOMEZ

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:53

0.083Control Test 18:53

0.000Air Blank 18:54

# 1 0.081Subject Sample 18:56

2.089Breath Volume 18:56

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.072Subject Sample 18:59

1.707Breath Volume 18:59

0.000Air Blank 19:00

0.079Control Test 19:00

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 10/18/2021 14:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:5710/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:05

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

MIGGINS,R,B

SNIPES

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.082Control Test 02:06

0.000Air Blank 02:06

# 1 0.161Subject Sample 02:07

1.542Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.155Subject Sample 02:11

1.394Breath Volume 02:11

0.000Air Blank 02:12

0.083Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 10/18/2021 14:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5610/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

02:55

Jacksonville SO

HIXSON,C

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

FORD

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.083Control Test 04:25

0.000Air Blank 04:26

# 1 0.070Subject Sample 04:27

1.464Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 2 0.069Subject Sample 04:30

1.273Breath Volume 04:30

0.000Air Blank 04:31

0.082Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 10/18/2021 14:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2510/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

23:54

Jacksonville SO

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

FRAGOMENI,G,D

CONTE

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.082Control Test 02:08

0.000Air Blank 02:09

# 1 0.000Subject Sample 02:10

1.753Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.000Subject Sample 02:13

1.679Breath Volume 02:13

0.000Air Blank 02:13

0.083Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 10/18/2021 14:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:1210/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:00

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

FRAGOMENI,G,D

HARRISON

09/30/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:09

0.000Air Blank 20:09

0.083Control Test 20:10

0.000Air Blank 20:10

# 1Subject Sample 20:10 Subject Test Refused

0.000Breath Volume 20:10

0.000Air Blank 20:11

0.082Control Test 20:11

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 10/18/2021 14:28

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:2210/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

00:40

Jacksonville SO

PARRISH,R

10/05/2022

22620080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

HILL

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.082Control Test 02:46

0.000Air Blank 02:46

# 1 0.000Subject Sample 02:47

2.929Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.000Subject Sample 02:50

2.183Breath Volume 02:50

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 11/05/2021 10:34

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:2310/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

22:46

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

MOORE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.083Control Test 00:29

0.000Air Blank 00:30

# 1 0.000Subject Sample 00:31

1.367Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.000Subject Sample 00:34

2.000Breath Volume 00:34

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1910/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:40

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

RODRIGUEZ

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.083Control Test 01:56

0.000Air Blank 01:56

# 1 0.144Subject Sample 01:57

1.476Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.144Subject Sample 02:00

1.968Breath Volume 02:00

0.000Air Blank 02:01

0.083Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0910/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:45

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

MCCORD

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.083Control Test 03:06

0.000Air Blank 03:07

# 1 0.161Subject Sample 03:07

2.187Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.160Subject Sample 03:10

1.996Breath Volume 03:10

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:0110/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

19:45

Jacksonville SO

LAWSON,N

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

JOSEPH

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.083Control Test 21:02

0.000Air Blank 21:03

# 1Subject Sample 21:03 Subject Test Refused

0.000Breath Volume 21:03

0.000Air Blank 21:04

0.083Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:05

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2310/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:55

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

LYMAN

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.083Control Test 02:21

0.000Air Blank 02:22

# 1 0.143Subject Sample 02:22

2.566Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.141Subject Sample 02:25

2.480Breath Volume 02:25

0.000Air Blank 02:26

0.083Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:3610/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

02:45

Jacksonville SO

LAQUIDARA,A

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

COSTA

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.083Control Test 04:47

0.000Air Blank 04:48

# 1 0.171Subject Sample 04:48

2.324Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.170Subject Sample 04:51

2.609Breath Volume 04:51

0.000Air Blank 04:52

0.083Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:48:5110/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:21

05:40

Jacksonville SO

KEEN,C

10/05/2022

22620080A2

Jacksonville Beach

HALE,J,K

KUSS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:41

0.000Air Blank 07:42

0.082Control Test 07:42

0.000Air Blank 07:43

# 1 0.129Subject Sample 07:44

2.460Breath Volume 07:44

0.000Air Blank 07:44

0.000Air Blank 07:46

# 2 0.140Subject Sample 07:47

2.628Breath Volume 07:47

0.000Air Blank 07:47

0.080Control Test 07:48

0.000Air Blank 07:48

OKDiagnostics Check 07:48

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:3310/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

19:28

Jacksonville SO

RODRIGUEZ,M

10/05/2022

22620080A2

Jacksonville SO

FRAGOMENI,G,D

KONCUL

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:40

0.082Control Test 21:40

0.000Air Blank 21:40

# 1Subject Sample 21:41 Subject Test Refused

0.000Breath Volume 21:41

0.000Air Blank 21:41

0.084Control Test 21:41

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5010/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:45

Jacksonville SO

WHITE,J

10/05/2022

22620080A2

Jacksonville SO

MIGGINS,R,B

ELEY

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.082Control Test 02:50

0.000Air Blank 02:51

# 1 0.158Subject Sample 02:52

1.445Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.160Subject Sample 02:55

1.570Breath Volume 02:55

0.000Air Blank 02:55

0.082Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:3810/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

01:55

Jacksonville SO

JOHNSON,G

10/05/2022

22620080A2

FHP Troop G

MIGGINS,R,B

BANKSTON

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.082Control Test 04:25

0.000Air Blank 04:26

# 1 0.090Subject Sample 04:27

1.156Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.090Subject Sample 04:30

1.261Breath Volume 04:30

0.000Air Blank 04:30

0.082Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 11/05/2021 10:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2210/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

23:45

Jacksonville SO

HIXSON,C

10/05/2022

22620080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

VILA

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.083Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.083Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:3210/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:06

Jacksonville SO

VANHOF,J

10/05/2022

22620080A2

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

CARAVELLI DOS SANTOS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.082Control Test 02:53

0.000Air Blank 02:54

# 1 0.195Subject Sample 02:55

1.218Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.197Subject Sample 02:58

1.910Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:3110/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

02:49

Jacksonville SO

HARRELL,R

10/05/2022

22620080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MCSWEENEY

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.082Control Test 04:34

0.000Air Blank 04:35

# 1 0.128Subject Sample 04:36

1.910Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.136Subject Sample 04:38

2.320Breath Volume 04:38

0.000Air Blank 04:39

0.082Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:4510/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:10

Jacksonville SO

SIMMONS,M

10/05/2022

22620080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

TURNER

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:06

# 1 0.231Subject Sample 04:09 Volume Not Met

0.347Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.246Subject Sample 04:14 Volume Not Met

0.089Breath Volume 04:14

0.000Air Blank 04:15

0.080Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:3210/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:20

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

GONZALEZ GRULLON

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.082Control Test 00:02

0.000Air Blank 00:03

# 1 0.111Subject Sample 00:03

2.652Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.102Subject Sample 00:06

1.910Breath Volume 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:0510/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

02:47

Jacksonville SO

JOHNS,B

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

SMALLS

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:12

# 1 0.097Subject Sample 05:13

2.593Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:15

# 2 0.096Subject Sample 05:16

2.691Breath Volume 05:16

0.000Air Blank 05:17

0.081Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:5010/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

16:20

Jacksonville SO

FISETTE,J

10/05/2022

22620080A2

Jacksonville SO

WALKER,P,L

BEJAOUI

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:11

0.082Control Test 18:11

0.000Air Blank 18:12

# 1 0.000Subject Sample 18:12

2.125Breath Volume 18:12

0.000Air Blank 18:13

0.000Air Blank 18:15

# 2 0.000Subject Sample 18:15

2.437Breath Volume 18:15

0.000Air Blank 18:15

0.082Control Test 18:16

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:1210/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

10:20

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

CARMONA-SANCHEZ,R,J

ANTUNEZ CALIX

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.083Control Test 23:41

0.000Air Blank 23:42

# 1 0.062Subject Sample 23:42

3.199Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.059Subject Sample 23:45

3.058Breath Volume 23:45

0.000Air Blank 23:46

0.082Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:0010/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

01:22

Jacksonville SO

LAQUIDARA,A

10/05/2022

22620080A2

Jacksonville SO

MEURER,D,E

BLANDON

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.082Control Test 04:04

0.000Air Blank 04:04

# 1 0.136Subject Sample 04:07

1.320Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.136Subject Sample 04:11

1.214Breath Volume 04:11

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:13

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:3010/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

04:00

Jacksonville SO

DELBROCCO-BLUES,D

10/05/2022

22620080A2

Jacksonville SO

MIGGINS,R,B

KIZER

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:29

0.000Air Blank 06:29

0.082Control Test 06:29

0.000Air Blank 06:30

# 1 0.197Subject Sample 06:30

1.972Breath Volume 06:30

0.000Air Blank 06:31

0.000Air Blank 06:33

# 2 0.201Subject Sample 06:33

2.304Breath Volume 06:33

0.000Air Blank 06:34

0.082Control Test 06:34

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:4010/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:07

Jacksonville SO

STANLEY,T

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

MATIC

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.082Control Test 01:14

0.000Air Blank 01:15

# 1 0.185Subject Sample 01:18 Volume Not Met

0.101Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.175Subject Sample 01:23 Volume Not Met

0.105Breath Volume 01:23

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:2910/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

01:20

Jacksonville SO

LAQUIDARA,A

10/05/2022

22620080A2

Jacksonville SO

SUTTON,B,

BROWN

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.081Control Test 04:02

0.000Air Blank 04:03

# 1 0.137Subject Sample 04:03

3.343Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.137Subject Sample 04:06

2.753Breath Volume 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:4810/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:20

Jacksonville SO

LUGO,R

10/05/2022

22620080A2

Jacksonville SO

MIGGINS,R,B

APONTE

10/14/2021

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.082Control Test 23:49

0.000Air Blank 23:49

# 1Subject Sample 23:50 Subject Test Refused

0.000Breath Volume 23:50

0.000Air Blank 23:50

0.082Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 11/05/2021 10:53

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:5710/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:07

Clay County SO

DANIEL,D

10/05/2022

22620080A2

FHP Troop G

TURNER,J,B

KING-KOGUT

09/18/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:21

0.000Air Blank 06:21

0.080Control Test 06:21

0.000Air Blank 06:22

# 1 0.197Subject Sample 06:24

1.222Breath Volume 06:24

0.000Air Blank 06:25

0.000Air Blank 06:27

# 2 0.185Subject Sample 06:28

1.402Breath Volume 06:28

0.000Air Blank 06:29

0.080Control Test 06:29

0.000Air Blank 06:29

OKDiagnostics Check 06:29

Data Download Date/Time: 11/22/2021 10:03

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:0510/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:00

Clay County SO

GELSOMINO,M

10/05/2022

22620080A2

Clay County SO

NEUBAUER,J,

FOSTER

09/18/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:47

# 1Subject Sample 04:51 No Sample Provided

0.000Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2Subject Sample 04:53 Subject Test Refused

0.000Breath Volume 04:53

0.000Air Blank 04:54

0.081Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:55

Data Download Date/Time: 11/22/2021 10:03

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:3010/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:09

Clay County SO

ADAMS,S

10/05/2022

22620080A2

Clay County SO

NEUBAUER,J,

BENKERT

09/18/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:18

# 1 0.189Subject Sample 22:20

1.289Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.185Subject Sample 22:24

1.945Breath Volume 22:24

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 11/22/2021 10:03

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:29:0610/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:51

13:04

Clay County SO

WILLIAMS,J

10/05/2022

22620080A2

Orange Park PD

DANELLA,E,

BUSWELL

10/27/2021

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:22

0.000Air Blank 14:23

0.080Control Test 14:23

0.000Air Blank 14:23

# 1 0.219Subject Sample 14:24

1.789Breath Volume 14:24

0.000Air Blank 14:25

0.000Air Blank 14:27

# 2 0.214Subject Sample 14:27

1.648Breath Volume 14:27

0.000Air Blank 14:28

0.078Control Test 14:28

0.000Air Blank 14:29

OKDiagnostics Check 14:29

Data Download Date/Time: 11/22/2021 10:03

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:1510/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:00

FHP Troop C

WATSON,WILLIAM

11/05/2021

24119080A1

Dade City PD

DION,KEVIN,J

JONES

10/12/2021

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1 0.165Subject Sample 04:01

2.441Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:03

# 2 0.164Subject Sample 04:04

2.351Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/03/2021 17:04

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4510/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:23

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

WALKER

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

# 1Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:57

0.081Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 10/12/2021 15:32

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4110/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:53

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

OWINGS

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:46

# 1 0.235Subject Sample 02:47

1.464Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.238Subject Sample 02:50

1.531Breath Volume 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 10/12/2021 15:32

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:4410/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:37

18:20

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

MCGUIRE

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:59

0.000Air Blank 19:00

0.081Control Test 19:00

0.000Air Blank 19:01

# 1 0.000Subject Sample 19:01

3.605Breath Volume 19:01

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.000Subject Sample 19:04

3.160Breath Volume 19:04

0.000Air Blank 19:04

0.080Control Test 19:05

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 10/12/2021 15:32

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2010/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:41

Largo PD

MANNING,RYAN

05/05/2022

07220080A2

Largo PD

QUICK,SHANE,C

DASHI

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:13

# 1Subject Sample 03:13 Subject Test Refused

0.000Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 10/12/2021 15:32

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:0610/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:17

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

JALERNPAN

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 22:00

# 1Subject Sample 22:00 Subject Test Refused

0.000Breath Volume 22:00

Air Blank 22:00 RFI Detect

0.000Air Blank 22:01

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:2710/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:17

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

JALERNPAN

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.080Control Test 22:04

0.000Air Blank 22:04

# 1Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:3210/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:10

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

SEYMOUR

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:00

# 1 0.000Subject Sample 03:01

2.785Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.000Subject Sample 03:04

2.894Breath Volume 03:04

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:2010/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:40

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

VAPELA

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:36

0.000Air Blank 05:36

0.081Control Test 05:37

0.000Air Blank 05:37

# 1 0.210Subject Sample 05:38

1.937Breath Volume 05:38

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.203Subject Sample 05:41

1.726Breath Volume 05:41

0.000Air Blank 05:42

0.080Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:3410/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:15

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

MADGWICK

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:57

# 1Subject Sample 03:58 Subject Test Refused

0.000Breath Volume 03:58

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:0710/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

19:49

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

DUVALL

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:46

# 1Subject Sample 20:46 Subject Test Refused

0.000Breath Volume 20:46

0.000Air Blank 20:47

0.081Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:2610/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:29

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

LAGUER GELPI

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.082Control Test 04:17

0.000Air Blank 04:17

# 1 0.236Subject Sample 04:18

1.109Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.244Subject Sample 04:23

1.351Breath Volume 04:23

0.000Air Blank 04:24

0.082Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:4510/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:41

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

OWENS

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

# 1 0.257Subject Sample 02:19

2.488Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.245Subject Sample 02:22

1.808Breath Volume 02:22

0.000Air Blank 02:22

0.081Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:4610/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:35

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

DAVIS

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.080Control Test 04:19

0.000Air Blank 04:20

# 1Subject Sample 04:22 Subject Test Refused

0.000Breath Volume 04:22

0.000Air Blank 04:22

0.080Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:1210/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:58

Largo PD

HOCHSPRUNG,MATTHEW

05/05/2022

07220080A2

Largo PD

TRNKA,LAWRENCE,T

CRADDOCK

09/15/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:43

0.081Control Test 20:43

0.000Air Blank 20:44

# 1 0.229Subject Sample 20:45

2.550Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:47

# 2 0.221Subject Sample 20:48

2.480Breath Volume 20:48

0.000Air Blank 20:49

0.080Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 10/12/2021 15:33

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:1810/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:42

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

WILD

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

# 1 0.172Subject Sample 04:32

1.390Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.168Subject Sample 04:35

1.390Breath Volume 04:35

Air Blank 04:35 RFI Detect

0.000Air Blank 04:36

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:2010/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:42

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

WILD

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.080Control Test 04:39

0.000Air Blank 04:39

# 1 0.163Subject Sample 04:40

1.378Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:42

# 2 0.156Subject Sample 04:43

1.253Breath Volume 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:0610/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:32

Largo PD

QUICK,SHANE

05/05/2022

07220080A2

Largo PD

QUICK,SHANE,C

ZAMORANO

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.080Control Test 05:03

0.000Air Blank 05:03

# 1 0.172Subject Sample 05:04

3.253Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.162Subject Sample 05:07

2.019Breath Volume 05:07

0.000Air Blank 05:08

0.080Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:5710/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:45

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

MORAN

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.080Control Test 04:24

0.000Air Blank 04:24

# 1Subject Sample 04:25 Subject Test Refused

0.000Breath Volume 04:25

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:3210/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

04:01

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

MALUCCIO

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:40

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:42

0.080Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:2210/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:17

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

HERNANDEZ AVILA

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.081Control Test 20:00

0.000Air Blank 20:00

# 1Subject Sample 20:01 RFI Detect

0.000Breath Volume 20:01

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:1010/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:17

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

HERNANDEZ AVILA

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:04

0.081Control Test 20:04

0.000Air Blank 20:05

# 1Subject Sample 20:05 Subject Test Refused

0.000Breath Volume 20:05

0.000Air Blank 20:06

0.081Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:3710/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:09

Largo PD

TUMICKI,SAMANTHA

05/05/2022

07220080A2

Largo PD

TRNKA,LAWRENCE,T

ZUBEK

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

# 1 0.244Subject Sample 20:04

2.941Breath Volume 20:04

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2 0.250Subject Sample 20:07

2.824Breath Volume 20:07

0.000Air Blank 20:07

0.080Control Test 20:08

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3610/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:15

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

GENTRY

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.081Control Test 01:53

0.000Air Blank 01:53

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:5710/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:20

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

VANZANDT

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.081Control Test 04:55

0.000Air Blank 04:55

# 1Subject Sample 04:58 No Sample Provided

0.000Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2Subject Sample 05:04 No Sample Provided

0.000Breath Volume 05:04

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:4810/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:44

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

STYERS

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:48

# 1Subject Sample 21:48 Subject Test Refused

0.000Breath Volume 21:48

0.000Air Blank 21:48

0.080Control Test 21:49

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2310/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:47

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

BETHANY

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:1110/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:36

Largo PD

SILVERSTEIN,CHRISTINA

05/05/2022

07220080A2

Largo PD

SILVERSTEIN,CHRISTINA,

HERRING

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:18

0.000Air Blank 01:18

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:3110/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:12

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

OLT

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

# 1Subject Sample 03:54 No Sample Provided

0.000Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2Subject Sample 03:58 Subject Test Refused

0.000Breath Volume 03:58

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:0910/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:59

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

JAGARS

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

# 1 0.236Subject Sample 00:47

2.000Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.236Subject Sample 00:51

2.234Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:3410/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:36

Largo PD

QUICK,SHANE

05/05/2022

07220080A2

Largo PD

QUICK,SHANE,C

GREEN

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:17

# 1Subject Sample 04:19 Subject Test Refused

0.000Breath Volume 04:19

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4110/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:54

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

MCNETT

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

# 1 0.181Subject Sample 04:50

3.269Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.181Subject Sample 04:53

3.257Breath Volume 04:53

0.000Air Blank 04:53

0.079Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:0210/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:07

Largo PD

GOSIER,MATTHEW

05/05/2022

07220080A2

Largo PD

GOSIER,MATTHEW,D

SECKLER

10/12/2021

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:44

# 1Subject Sample 03:44 Subject Test Refused

0.000Breath Volume 03:44

0.000Air Blank 03:45

0.081Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:46

Data Download Date/Time: 11/25/2021 10:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:2010/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:03

Pasco County SO

COLLINS,THOMAS

07/05/2022

14020080A1

Pasco County SO

FLINT,KILIAN,A

MEHLE

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:32

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:34

# 1 0.068Subject Sample 20:34

1.453Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.063Subject Sample 20:37

1.476Breath Volume 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 10/29/2021 09:38

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:2310/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

21:59

Pasco County SO

COOKE,JUSTIN

07/05/2022

14020080A1

Pasco County SO

FLINT,KILIAN,A

ADAY

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.079Control Test 23:06

0.000Air Blank 23:06

# 1 0.180Subject Sample 23:07

1.886Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.171Subject Sample 23:10

1.691Breath Volume 23:10

0.000Air Blank 23:11

0.077Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 10/29/2021 09:38

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:3510/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

21:59

Pasco County SO

COOKE,JUSTIN

07/05/2022

14020080A1

Pasco County SO

FLINT,KILIAN,A

ADAY

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:19

# 1 0.186Subject Sample 23:19

1.828Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.170Subject Sample 23:23

1.554Breath Volume 23:23

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 10/29/2021 09:38

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:2810/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:45

FHP Troop C

DION,KEVIN

07/05/2022

14020080A1

FHP Troop C

DION,KEVIN,J

GOUGH

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:07

0.000Air Blank 04:07

# 1 0.125Subject Sample 04:08

2.320Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.123Subject Sample 04:11

2.070Breath Volume 04:11

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:3710/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:09

05:30

FHP Troop C

DARLING,NATHAN

07/05/2022

14020080A1

FHP Troop C

DARLING,NATHAN,L

ROPER

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:39

0.081Control Test 06:39

0.000Air Blank 06:40

# 1 0.162Subject Sample 06:42

2.714Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:44

# 2 0.155Subject Sample 06:45

1.906Breath Volume 06:45

0.000Air Blank 06:46

0.079Control Test 06:47

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:5910/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:14

FHP Troop C

WATSON,WILLIAM

07/05/2022

14020080A1

Dade City PD

PETERS,JOHN,B

CENA

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:02

# 1 0.114Subject Sample 02:03

2.621Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.114Subject Sample 02:06

2.480Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:2810/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:26

Pasco County SO

YANZER,JOSH

07/05/2022

14020080A1

Pasco County SO

LONG,JEFFERSON,D

DIAS

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.081Control Test 00:52

0.000Air Blank 00:52

# 1 0.000Subject Sample 00:53

2.011Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.000Subject Sample 00:56

2.503Breath Volume 00:56

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:5510/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:54

Pasco County SO

SPINELLI,A

07/05/2022

14020080A1

Pasco County SO

POLANCO,J,

GREENIDGE

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

# 1 0.148Subject Sample 02:55

1.261Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.161Subject Sample 03:00

2.101Breath Volume 03:00

0.000Air Blank 03:00

0.082Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:4710/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:32

Pasco County SO

BOLLENBACHER,HANS

07/05/2022

14020080A1

Pasco County SO

LONG,JEFFERSON,D

FIELDS

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.081Control Test 20:41

0.000Air Blank 20:42

# 1 0.019Subject Sample 20:42

2.003Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:44

# 2 0.021Subject Sample 20:45

2.425Breath Volume 20:45

0.000Air Blank 20:45

0.081Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:3210/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:53

Pasco County SO

HASTINGS,DANIEL

07/05/2022

14020080A1

Pasco County SO

JOHANSEN,LLOYD,D

ANDERSON

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

# 1 0.056Subject Sample 02:39

2.683Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.056Subject Sample 02:42

2.773Breath Volume 02:42

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:4010/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:47

05:05

FHP Troop C

DION,KEVIN

07/05/2022

14020080A1

FHP Troop C

DION,KEVIN,J

CARPENA

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:07

0.000Air Blank 06:07

0.081Control Test 06:08

0.000Air Blank 06:08

# 1Subject Sample 06:11 No Sample Provided

0.000Breath Volume 06:11

0.000Air Blank 06:12

0.000Air Blank 06:14

# 2Subject Sample 06:14 Subject Test Refused

0.000Breath Volume 06:14

0.000Air Blank 06:14

0.080Control Test 06:15

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:09:1610/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:11

16:11

Pasco County SO

POLANCO,J

07/05/2022

14020080A1

Pasco County SO

POLANCO,J,

RODDY

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:03

0.000Air Blank 17:03

0.081Control Test 17:03

0.000Air Blank 17:04

# 1 0.051Subject Sample 17:04

1.296Breath Volume 17:04

0.000Air Blank 17:05

0.000Air Blank 17:07

# 2 0.060Subject Sample 17:07

3.164Breath Volume 17:07

0.000Air Blank 17:08

0.082Control Test 17:08

0.000Air Blank 17:09

OKDiagnostics Check 17:09

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:1810/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:15

FHP Troop C

DION,KEVIN

07/05/2022

14020080A1

FHP Troop C

DION,KEVIN,J

ARCHIBALD

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:16 No Sample Provided

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4610/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:47

FHP Troop C

WIBERLY,RYAN

07/05/2022

14020080A1

FHP Troop C

WIBERLY,RYAN,T

MULERO

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.081Control Test 21:50

0.000Air Blank 21:50

# 1 0.098Subject Sample 21:51

2.753Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:53

# 2 0.096Subject Sample 21:54

2.695Breath Volume 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5710/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:55

22:26

FHP Troop C

DARLING,NATHAN

07/05/2022

14020080A1

FHP Troop C

DARLING,NATHAN,L

TURNER

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:18

# 1Subject Sample 23:21 No Sample Provided

0.000Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2Subject Sample 23:27 No Sample Provided

0.000Breath Volume 23:27

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:3910/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:23

Pasco County SO

MACKNIGHT,GEORGE

07/05/2022

14020080A1

Pasco County SO

JOHANSEN,LLOYD,D

M532005790470

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:31

# 1 0.206Subject Sample 01:32

1.636Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.204Subject Sample 01:36

2.250Breath Volume 01:36

0.000Air Blank 01:36

0.079Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1110/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:14

Pasco County SO

HASTINGS,DANIEL

07/05/2022

14020080A1

Pasco County SO

JOHANSEN,LLOYD,D

GROSSO

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1 0.118Subject Sample 03:10

2.828Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.111Subject Sample 03:13

3.828Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:19:5410/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

05:14

FHP Troop C

RIZZO,HAYLEY

07/05/2022

14020080A1

FHP Troop C

RIZZO,HAYLEY,J

YOC

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.081Control Test 06:13

0.000Air Blank 06:13

# 1 0.133Subject Sample 06:15

1.964Breath Volume 06:15

0.000Air Blank 06:15

0.000Air Blank 06:17

# 2 0.140Subject Sample 06:18

2.335Breath Volume 06:18

0.000Air Blank 06:19

0.080Control Test 06:19

0.000Air Blank 06:19

OKDiagnostics Check 06:19

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:04:2910/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

10:01

FHP Troop C

POULIN,D

07/05/2022

14020080A1

FHP Troop C

POULIN,D,M

CARULLO

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:01

0.000Air Blank 11:02

0.081Control Test 11:02

0.000Air Blank 11:02

# 1Subject Sample 11:03 Subject Test Refused

0.000Breath Volume 11:03

0.000Air Blank 11:03

0.081Control Test 11:03

0.000Air Blank 11:04

OKDiagnostics Check 11:04

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:4510/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:24

FHP Troop C

RIZZO,HAYLEY

07/05/2022

14020080A1

FHP Troop C

RIZZO,HAYLEY,J

PATRICK

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.081Control Test 20:19

0.000Air Blank 20:20

# 1 0.190Subject Sample 20:20

2.039Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.189Subject Sample 20:24

1.210Breath Volume 20:24

0.000Air Blank 20:24

0.080Control Test 20:25

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:3810/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:23

FHP Troop C

DARLING,NATHAN

07/05/2022

14020080A1

FHP Troop C

DARLING,NATHAN,L

KARL

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.081Control Test 04:27

0.000Air Blank 04:27

# 1Subject Sample 04:30 No Sample Provided

0.000Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2Subject Sample 04:36 No Sample Provided

0.000Breath Volume 04:36

0.000Air Blank 04:36

0.081Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:0810/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:48

Pasco County SO

ULIBARRI,E

07/05/2022

14020080A1

Pasco County SO

JOHANSEN,LLOYD,D

BATLINER

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

# 1 0.032Subject Sample 02:45

1.527Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.031Subject Sample 02:48

1.718Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:4410/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:30

FHP Troop C

WIBERLY,RYAN

07/05/2022

14020080A1

FHP Troop C

WIBERLY,RYAN,T

LANE

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.081Control Test 02:54

0.000Air Blank 02:54

# 1Subject Sample 02:57 No Sample Provided

0.000Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2Subject Sample 03:03 No Sample Provided

0.000Breath Volume 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:0310/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

15:07

Pasco County SO

BORDONI,JOHNATHAN

07/05/2022

14020080A1

Pasco County SO

JOHANSEN,LLOYD,D

DOUGHERTY

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.079Control Test 19:46

0.000Air Blank 19:47

# 1 0.232Subject Sample 19:47

2.550Breath Volume 19:47

0.000Air Blank 19:48

0.000Air Blank 19:49

# 2 0.223Subject Sample 19:50

2.558Breath Volume 19:50

0.000Air Blank 19:51

0.077Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:52

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:19:1410/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:52

13:45

FHP Troop C

PAULIN,RONALD

07/05/2022

14020080A1

FHP Troop C

PAULIN,RONALD,C

BRESEMAN

09/20/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:13

0.000Air Blank 14:13

0.081Control Test 14:13

0.000Air Blank 14:14

# 1 0.000Subject Sample 14:14

4.281Breath Volume 14:14

0.000Air Blank 14:15

0.000Air Blank 14:17

# 2 0.000Subject Sample 14:17

4.113Breath Volume 14:17

0.000Air Blank 14:18

0.081Control Test 14:18

0.000Air Blank 14:19

OKDiagnostics Check 14:19

Data Download Date/Time: 10/29/2021 09:39

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:0110/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

16:33

FHP Troop C

POULIN,D

07/05/2022

14020080A1

FHP Troop C

POULIN,D,M

GALDAMEZ

10/29/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:31

# 1 0.167Subject Sample 18:32

2.835Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:34

# 2 0.169Subject Sample 18:35

2.089Breath Volume 18:35

0.000Air Blank 18:36

0.080Control Test 18:36

0.000Air Blank 18:36

OKDiagnostics Check 18:37

Data Download Date/Time: 11/19/2021 15:08

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:2710/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:56

FHP Troop C

DION,KEVIN

07/05/2022

14020080A1

FHP Troop C

DION,KEVIN,J

GENTER

10/29/2021

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.079Control Test 19:49

0.000Air Blank 19:50

# 1 0.274Subject Sample 19:50

2.117Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.257Subject Sample 19:53

2.300Breath Volume 19:53

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 11/19/2021 15:08

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:3910/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

18:23

FHP Troop A

LITTLE,NICHOLAS

04/21/2024

1482048

FHP Troop A

LITTLE,NICHOLAS,M

SMITH

10/08/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:29

0.081Control Test 18:29

0.000Air Blank 18:30

# 1 0.113Subject Sample 18:32

1.242Breath Volume 18:32

0.000Air Blank 18:33

Air Blank 18:34 Ambient Fail

0.000Air Blank 18:35

Data Download Date/Time: 11/05/2021 08:37

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:0510/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

19:52

FHP Troop A

HENSON,JAY

04/21/2024

1482048

FHP Troop A

LITTLE,NICHOLAS,M

MAYO

10/08/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.081Control Test 20:53

0.000Air Blank 20:53

# 1 0.092Subject Sample 20:54

1.902Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.093Subject Sample 20:57

2.902Breath Volume 20:57

0.000Air Blank 20:58

0.082Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:59

Data Download Date/Time: 11/05/2021 08:37

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:25:2410/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:43

16:36

FHP Troop D

CASTILLO,WILFRED

09/20/2022

1206004

FHP Troop D

CASTILLO,WILFRED,G

STAPLETON

09/27/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:18

0.000Air Blank 17:19

0.081Control Test 17:19

0.000Air Blank 17:20

# 1 0.190Subject Sample 17:20

3.546Breath Volume 17:20

0.000Air Blank 17:21

0.000Air Blank 17:23

# 2 0.188Subject Sample 17:23

2.941Breath Volume 17:23

0.000Air Blank 17:24

0.082Control Test 17:24

0.000Air Blank 17:25

OKDiagnostics Check 17:25

Data Download Date/Time: 10/24/2021 17:54

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:44:4210/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:05

11:38

FHP Troop D

MACK,SHAWN

09/20/2022

1206004

FHP Troop D

MACK,SHAWN,A

ROGERS

09/27/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:37

0.000Air Blank 12:38

0.081Control Test 12:38

0.000Air Blank 12:38

# 1 0.180Subject Sample 12:40

1.253Breath Volume 12:40

0.000Air Blank 12:40

0.000Air Blank 12:42

# 2 0.173Subject Sample 12:43

1.546Breath Volume 12:43

0.000Air Blank 12:43

0.080Control Test 12:44

0.000Air Blank 12:44

OKDiagnostics Check 12:44

Data Download Date/Time: 10/24/2021 19:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:41:2410/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:03

09:01

FHP Troop D

SWISHER,EDWARD

09/20/2022

1206004

FHP Troop D

SWISHER,EDWARD,T

QUATTROCCHI

09/27/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:34

0.000Air Blank 09:35

0.080Control Test 09:35

0.000Air Blank 09:36

# 1 0.232Subject Sample 09:36

2.574Breath Volume 09:36

0.000Air Blank 09:37

0.000Air Blank 09:39

# 2 0.220Subject Sample 09:39

3.128Breath Volume 09:39

0.000Air Blank 09:40

0.079Control Test 09:40

0.000Air Blank 09:41

OKDiagnostics Check 09:41

Data Download Date/Time: 10/24/2021 19:52

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2910/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:24

FHP Troop D

MENDEZ,JAMIE

09/20/2022

1206004

FHP Troop D

MENDEZ,JAMIE,J

PELLETIER

09/27/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

# 1 0.164Subject Sample 21:48

1.230Breath Volume 21:48

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.167Subject Sample 21:52

1.996Breath Volume 21:52

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 10/24/2021 19:57

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:3910/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:29

FHP Troop D

ACQUAFREDDA,ANTHONY

09/20/2022

1206004

FHP Troop D

PHIPPS,RYAN,L

MOORE

10/21/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:47

0.000Air Blank 05:47

0.081Control Test 05:48

0.000Air Blank 05:48

# 1 0.074Subject Sample 05:49

2.488Breath Volume 05:49

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.072Subject Sample 05:52

2.582Breath Volume 05:52

0.000Air Blank 05:52

0.081Control Test 05:53

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 12/02/2021 05:00

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:29:3810/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:02

15:16

Deland PD

WHITE,TAYLOR

01/06/2024

1433248

Volusia County SO

COOPER,WILLIAM,J

LOZANO

09/30/2021

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:23

0.000Air Blank 16:23

0.079Control Test 16:24

0.000Air Blank 16:24

# 1 0.204Subject Sample 16:25

4.148Breath Volume 16:25

0.000Air Blank 16:25

0.000Air Blank 16:27

# 2 0.207Subject Sample 16:28

3.328Breath Volume 16:28

0.000Air Blank 16:28

0.079Control Test 16:29

0.000Air Blank 16:29

OKDiagnostics Check 16:29

Data Download Date/Time: 10/29/2021 13:37

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0410/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:34

Deland PD

JONES,JONATHAN

01/06/2024

1433248

Deland PD

HARRIS,MICHAEL,W

DEGROFF

10/29/2021

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:30

# 1Subject Sample 01:34 No Sample Provided

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:38

Data Download Date/Time: 12/01/2021 07:19

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:3010/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

21:10

Havana PD

SMALL,BRIAN

02/05/2023

34520080A1

Havana PD

SMALL,BRIAN,A

ALLEN

09/28/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.079Control Test 22:23

0.000Air Blank 22:23

# 1 0.203Subject Sample 22:24

1.148Breath Volume 22:24

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.206Subject Sample 22:26

2.226Breath Volume 22:26

0.000Air Blank 22:27

0.078Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 10/19/2021 09:51

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:4210/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:30

FHP Troop H

LOWERY,TAYLOR

02/05/2023

34520080A1

FHP Troop H

BARTON,JEREMY,R

JENKINS

10/18/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:31

# 1 0.166Subject Sample 21:32

3.730Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.167Subject Sample 21:35

3.164Breath Volume 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 11/08/2021 10:13

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:2810/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:10

FHP Troop H

VEASEY,RANDY

02/05/2023

34520080A1

FHP Troop H

BIGGS,JOSHUA,A

SMITH

10/18/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:52

# 1 0.284Subject Sample 21:52

2.925Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.267Subject Sample 21:55

2.914Breath Volume 21:55

0.000Air Blank 21:56

0.078Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 11/08/2021 10:13

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2710/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:25

Polk County SO

JOHNSTON,CHRISTOPHER

07/05/2023

13921080A2

Polk County SO

JOHNSTON,CHRISTOPHER,T

BRASWELL

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.081Control Test 00:35

0.000Air Blank 00:36

# 1 0.210Subject Sample 00:37

1.222Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.214Subject Sample 00:39

2.480Breath Volume 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 11/04/2021 10:30

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4110/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:17

Polk County SO

FLETCHER,BRIANA

07/05/2023

13921080A2

Polk County SO

FLETCHER,BRIANA,D

WILLIAMS

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.082Control Test 04:01

0.000Air Blank 04:01

# 1Subject Sample 04:04 No Sample Provided

0.000Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2Subject Sample 04:10 No Sample Provided

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.081Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 11/04/2021 10:30

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:36:1710/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:05

06:09

Polk County SO

TEFOE,JUSTIN

07/05/2023

13921080A2

Polk County SO

PHILLIPS,JORDAN,W

CARTER

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:30

0.000Air Blank 07:30

0.082Control Test 07:30

0.000Air Blank 07:31

# 1 0.149Subject Sample 07:31

1.183Breath Volume 07:31

0.000Air Blank 07:32

0.000Air Blank 07:34

# 2 0.145Subject Sample 07:34

1.839Breath Volume 07:34

0.000Air Blank 07:35

0.081Control Test 07:35

0.000Air Blank 07:36

OKDiagnostics Check 07:36

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:2210/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:28

Polk County SO

JOHNSTON,CHRISTOPHER

07/05/2023

13921080A2

Polk County SO

JOHNSTON,CHRISTOPHER,T

BOWER

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.081Control Test 20:27

0.000Air Blank 20:27

# 1 0.301Subject Sample 20:27

1.890Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.298Subject Sample 20:30

1.445Breath Volume 20:30

0.000Air Blank 20:31

0.081Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:1910/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:19

Polk County SO

COLON,JOLNETH

07/05/2023

13921080A2

Polk County SO

COLON,JOLNETH,B

MCDUFFIE

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.081Control Test 22:26

0.000Air Blank 22:27

# 1Subject Sample 22:30 No Sample Provided

0.000Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2Subject Sample 22:35 No Sample Provided

0.000Breath Volume 22:35

0.000Air Blank 22:36

0.082Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2010/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:37

Polk County SO

FLETCHER,BRIANA

07/05/2023

13921080A2

Polk County SO

COLON,JOLNETH,B

PHILLIPS

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.081Control Test 23:45

0.000Air Blank 23:46

# 1Subject Sample 23:49 No Sample Provided

0.000Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2Subject Sample 23:54 No Sample Provided

0.000Breath Volume 23:54

0.000Air Blank 23:55

0.081Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5010/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:59

Polk County SO

FLETCHER,BRIANA

07/05/2023

13921080A2

Polk County SO

FLETCHER,BRIANA,D

PARSON

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.082Control Test 02:43

0.000Air Blank 02:43

# 1 0.161Subject Sample 02:45

1.609Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.154Subject Sample 02:49

2.113Breath Volume 02:49

0.000Air Blank 02:49

0.081Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:4610/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:10

Polk County SO

COLON,JOLNETH

07/05/2023

13921080A2

Polk County SO

COLON,JOLNETH,B

ALMONTE

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

# 1 0.211Subject Sample 02:37

1.824Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.210Subject Sample 02:40

1.281Breath Volume 02:40

0.000Air Blank 02:40

0.081Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:4010/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

17:28

Polk County SO

BELONY,ANATUS

07/05/2023

13921080A2

Bartow PD

PERKINS,RICHARD,D

CASUSO GOMEZ

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:53

0.082Control Test 18:53

0.000Air Blank 18:54

# 1 0.212Subject Sample 18:55

1.722Breath Volume 18:55

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.222Subject Sample 18:58

1.492Breath Volume 18:58

0.000Air Blank 18:58

0.081Control Test 18:59

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:5510/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:40

Polk County SO

JOHNSTON,CHRISTOPHER

07/05/2023

13921080A2

Polk County SO

JOHNSTON,CHRISTOPHER,T

SANCHEZ

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.081Control Test 03:06

0.000Air Blank 03:06

# 1 0.178Subject Sample 03:08

1.324Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.156Subject Sample 03:11

1.597Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 3 0.169Subject Sample 03:14

1.226Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:0610/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:08

Polk County SO

COLON,JOLNETH

07/05/2023

13921080A2

Polk County SO

COLON,JOLNETH,B

EVERTS

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:13 No Sample Provided

0.000Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2Subject Sample 04:18 No Sample Provided

0.000Breath Volume 04:18

0.000Air Blank 04:19

0.080Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2210/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:32

FHP Troop C

ARBANAS,SHANE

07/05/2023

13921080A2

FHP Troop C

ARBANAS,SHANE,M

EUCEDA-FRANCO

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.082Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:5110/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:18

Polk County SO

COLON,JOLNETH

07/05/2023

13921080A2

Polk County SO

COLON,JOLNETH,B

OLIVEIRA

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.081Control Test 03:04

0.000Air Blank 03:04

# 1Subject Sample 03:07 No Sample Provided

0.000Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2Subject Sample 03:13 No Sample Provided

0.000Breath Volume 03:13

0.000Air Blank 03:13

0.080Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:2510/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:27

Polk County SO

JOHNSTON,CHRISTOPHER

07/05/2023

13921080A2

Polk County SO

JOHNSTON,CHRISTOPHER,T

ZAMARRIPA

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

# 1 0.163Subject Sample 23:36

1.257Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.164Subject Sample 23:39

1.203Breath Volume 23:39

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5110/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:17

Polk County SO

SYKES,STEVEN

07/05/2023

13921080A2

Polk County SO

SYKES,STEVEN,

GUYETTE

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

# 1 0.194Subject Sample 01:56

1.160Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.189Subject Sample 01:59

1.261Breath Volume 01:59

Air Blank 01:59 Improper Sample

0.000Air Blank 01:59

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:1810/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:58

Polk County SO

CHURCH,JOHN

07/05/2023

13921080A2

Polk County SO

CHURCH,JOHN,M

RODRIGUEZ

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.082Control Test 02:45

0.000Air Blank 02:46

# 1 0.000Subject Sample 02:46

1.125Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.000Subject Sample 02:49

1.957Breath Volume 02:49

0.000Air Blank 02:50

0.082Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:3710/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:44

Polk County SO

WILLIAMS,ALBERT

07/05/2023

13921080A2

Polk County SO

WILLIAMS,ALBERT,J

FULLER

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.081Control Test 23:52

0.000Air Blank 23:52

# 2Subject Sample 23:55 No Sample Provided

0.000Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:58

# 1Subject Sample 00:01 No Sample Provided

0.000Breath Volume 00:01

0.000Air Blank 00:01

0.081Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:24:1510/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:51

04:06

Polk County SO

HODGES,MARCO

07/05/2023

13921080A2

Polk County SO

WILLIAMS,ALBERT,J

MORRIS

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:13

0.081Control Test 06:13

0.000Air Blank 06:14

# 1Subject Sample 06:17 No Sample Provided

0.000Breath Volume 06:17

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2Subject Sample 06:22 No Sample Provided

0.000Breath Volume 06:22

0.000Air Blank 06:23

0.080Control Test 06:23

0.000Air Blank 06:24

OKDiagnostics Check 06:24

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0810/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:12

Polk County SO

HODGES,MARCO

07/05/2023

13921080A2

Polk County SO

WILLIAMS,ALBERT,J

GARCIA SANCHEZ

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:39

# 1 0.167Subject Sample 20:39

1.847Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.172Subject Sample 20:43

2.308Breath Volume 20:43

0.000Air Blank 20:44

0.081Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:5810/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:31

Polk County SO

WILLIAMS,ALBERT

07/05/2023

13921080A2

Polk County SO

WILLIAMS,ALBERT,J

MIGUEL PEDRO

09/16/2021

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.081Control Test 23:45

0.000Air Blank 23:45

# 1Subject Sample 23:48 No Sample Provided

0.000Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.239Subject Sample 23:52

1.101Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 3 0.245Subject Sample 23:56

1.199Breath Volume 23:56

0.000Air Blank 23:57

0.081Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 11/04/2021 10:31

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:0910/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:51

Volusia County SO

BAYNE,ANDREW

09/20/2022

1206004

Volusia County SO

BAYNE,ANDREW,S

ROGERS

10/08/2021

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.077Control Test 21:28

0.000Air Blank 21:29

# 1 0.275Subject Sample 21:30

1.550Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:32

# 2 0.266Subject Sample 21:33

1.589Breath Volume 21:33

0.000Air Blank 21:34

0.077Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 11/19/2021 14:03

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2010/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:29

Volusia County SO

GRABILL,JAMES

09/20/2022

1206004

Daytona Beach PD

BAYNE,ANDREW,S

RILEY

10/08/2021

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 03:59

# 1 0.102Subject Sample 04:01

2.570Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.104Subject Sample 04:04

3.421Breath Volume 04:04

0.000Air Blank 04:05

0.077Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/19/2021 14:03

14 January 2022Printed:

COBRA ©1997-2014 CMI, Inc.


